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WARNING 



THE FOLLOWING SERVICING INSTRUCTIONS ARE 
FOR USE BY QUALIFIED PERSONNEL ONLY. TO 
AVOID PERSONAL INJURY, DO NOT PERFORM ANY 
SERVICING OTHER THAN THAT CONTAINED IN 
OPERATING INSTRUCTIONS UNLESS YOU ARE 
QUALIFIED TO DO SO. REFER TO OPERATORS 
SAFETY SUMMARY AND SERVICE SAFETY SUM- 
MARY PRIOR TO PERFORMING ANY SERVICE. 



Please Check for 
CHANGE INFORMATION 
at the Rear of This Manual 



First Printing MAY 1988 
Revised SEP 1989 



Tektronix 

COMMfTTED TO EXCELLENCE 



Copyright © 1988 Tektronix, Inc. All rights reserved. 
Contents of this publication may not be reproduced in any 
form without the written permission of Tektronix, Inc. 



Products of Tektronix, Inc. and its subsidiaries are covered 
by U.S. and foreign patents and/or pending patents. 




TEKTRONIX, TEK, SCOPE-MOBILE, and WIS are 
registered trademarks of Tektronix, Inc. 



Printed in U.S.A. Specification and price change privileges 
are reserved. 



INSTRUMENT SERIAL NUMBERS 



Each instrument has a serial number on a panel insert, tag, 
or stamped on the chassis. The first number or letter 
designates the country of manufacture. The last five digits 
of the serial number are assigned sequentially and are 
unique to each instrument. Those manufactured in the 
United States have six unique digits. The country of 
manufacture is identified as follows: 

B000000 Tektronix, Inc., Beaverton, Oregon, USA 

100000 Tektronix Guernsey, Ltd., Channel Islands 

200000 Tektronix United Kingdom, Ltd., London 

300000 Sony/Tektronix, Japan 

700000 Tektronix Holland, NV, Heerenveen, 
The Netherlands 
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OPERATORS SAFETY SUMMARY 

The general safety information in this part of the summary is for both operating and servicing personnel. 
Specific warnings and cautions will be found throughout the manual where they apply and do not appear in this 
summary. 



Terms in This Manual 

CAUTION statements identify conditions or practices that 
could result in damage to the equipment or other property. 

WARNING statements identify conditions or practices that 
could result in personal injury or loss of life. 



Terms as Marked on Equipment 

CAUTION indicates a personal injury hazard not immedi- 
ately accessible as one reads the markings, or a hazard to 
property, including the equipment itself. 

DANGER indicates a personal injury hazard immediately 
accessible as one reads the marking. 



Symbols in This Manual 



A 



This symbol indicates where applicable cau- 
tionary or other information is to be found. For 
maximum input voltage see Table 1-1. 



Symbols as Marked on Equipment 



DANGER — High voltage. 



Protective ground (earth) terminal. 



Grounding the Product 

This product is grounded through the grounding conductor 
of the power cord. To avoid electrical shock, plug the 
power cord into a properly wired receptacle before making 
any connections to the product input or output terminals. 
A protective ground connection by way of the grounding 
conductor in the power cord is essential for safe operation. 



Danger Arising from Loss of Ground 

Upon loss of the protective-ground connection, all accessi- 
ble conductive parts (including knobs and controls that 
may appear to be insulated) can render an electric shock. 



Use the Proper Power Cord 

Use only the power cord and connector specified for your 
product. 

Use only a power cord that is in good condition. 

For detailed information on power cords and connectors, 
see Table 2-1 . 



Use the Proper Fuse 

To avoid fire hazard, use only a fuse of the correct type, 
voltage rating and current rating as specified in the parts 
list for your product. 



A 



ATTENTION — Refer to manual. 



Power Source 

This product is intended to operate from a power source 
that will not apply more than 250 volts rms between the 
supply conductors or between either supply conductor and 
ground. A protective ground connection by way of the 
grounding conductor in the power cord is essential for safe 
operation. 



Do Not Operate in Explosive Atmospheres 

To avoid explosion, do not operate this instrument in an 
explosive atmosphere unless it has been specifically 
certified for such operation. 



Do Not Remove Covers or Panels 

To avoid personal injury, do not remove the product cov- 
ers or panels. Do not operate the instrument without the 
covers and panels properly installed. 
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SERVICING SAFETY SUMMARY 

FOR QUALIFIED SERVICE PERSONNEL ONLY 

Refer also to the preceding Operators Safety Summary. 



Do Not Service Alone 

Do not perform internal service or adjustment of this pro- 
duct unless another person capable of rendering first aid 
and resuscitation is present. 

Use Care When Servicing With Power On 

Dangerous voltages exist at several points in this product. 
To avoid personal injury, do not touch exposed connec- 
tions or components while power is on. 



Disconnect power before removing protective panels, 
soldering, or replacing components. 



Power Source 

This product is intended to operate from a power source 
that does not apply more than 250 volts rms between the 
supply conductors or between either supply conductor and 
ground. A protective ground connection by way of the 
grounding conductor in the power cord is essential for safe 
operation. 
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Specification— 2465B/2467B Service 

Table 1-1 (cont) 



Characteristics 


Performance Requirements 


SIGNAL OUTPUTS 


pAI IRRATOR 
UnLIDnn I n 

Output Voltage and Current 


With A SEC/DIV set to 1 ms 


0.4 V ±1% into a 1-Mfi load, 0.2 V ±1.5% into a 50-fi load, or 
8 mA ± 1 .5% into a short circuit. 3 


Repetition Period 


Two times the A SEC/DIV setting for SEC/DIV from 100 ns to 
100 ms. 


±0.1%, during sweep time. 


CH 2 SIGNAL OUT 
Output Voltage 


20 mV/division ±10% into 1 Mfl, 10 mV/division ±10% into 50 Q. 


Offset 


±20 mV into 1 Mfi, when dc balance has been performed within 
±5°C of the operating temperature. 


A GATE OUT and B GATE OUT 
Output Voltage 


2.4 V to 5 V positive-going pulse, starting at V to 400 mV. 


Output Drive 


Will supply 400 mA during HI state; will sink 2 mA during LO state. 3 


AC POWER SOURCE 


Source Voltage 
Nominal Ranges 
115 V 


90 V to 132 V. 


230 V 


180 V to 250 V. 


Source Frequency 


48 Hz to 440 Hz. 3 


Fuse Rating 


2 A, 250 V, AGC/3AG, Fast blow; or 1 .6 A, 250 V, 5 X 20 mm 
Quick-acting. 3 


Maximum Power Consumption (fully optioned 
instrument) 


120 watts (180 VA). a 


Primary Circuit Dielectric Voltage Withstand Test 


1500 V rms, 60 Hz for 10 seconds without breakdown. 3 


Primary Grounding 


Type test to 0.1 maximum. Routine test to check grounding 
continuity between chassis ground and protective earth ground. 3 



■Performance requirement not checked in manual. 
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Section 1— 246SB/2467B Service 

SPECIFICATION 



INTRODUCTION 



The TEKTRONIX 2465B and 2467B Oscilloscopes are 
portable 400-MHz bandwidth instruments having four- 
channel vertical deflection systems. Channel 1 and Chan- 
nel 2 provide calibrated deflection factors from 2 mV per 
division to 5 V per division. For each of these channels, 
input impedance is selectable between two values: either 
1 MQ in parallel with 15 pF, or 50 Q internal termination. 
Input-signal coupling with 1 Mi2 impedance can be selected 
as either AC or DC. Channel 3 and Channel 4 have 
deflection factors of either 0.1 V or 0.5 V per division. 
Each of these channels has an input impedance of 1 M£2 in 
parallel with 1 5 pF, with DC input-signal coupling. 



The trigger system works automatically for most sig- 
nals. They operate in various modes, from any channel, 
with couplings for a wide range of signals. The trigger 
system gives stable displays from dc to 500 MHz. 



The horizontal deflection system provides calibrated 
sweep speeds from 1.5 s per division to 500 ps per divi- 
sion, including the effects of the X10 magnifier and the 
calibrated variable between the 1-2-5 steps. Horizontal 
displays include A-Sweep, B-Sweep (delayed), A alternated 
with B, and CH 1 (for X/Y displays). 



The AUTO, SAVE, and RECALL features save time and 
prevent errors. Pressing the AUTO Setup button gives a 
workable setup for almost any signal. For repetitive mea- 
surements, the Save and Recall functions record and 
immediately or sequentially restore as many as 30 instru- 
ment setups. The SETUP buttons operate all instrument 
functions, including the extended function options. 

Direct, on-screen readouts of time measurements, volt- 
age measurements, scale factors, trigger levels, and 
auxiliary information also save time and improve operator 
confidence. 

The 2467B yields 4 divisions/ns visual writing rate. This 
is about 100 times faster than conventional, high- 
performance oscilloscopes. The 2467B visibly displays any 
signal, at any repetition-rate, at any sweep speed, in typi- 
cal room light. Visible single-shots include 1 ns steps at 
500 ps/di vision. 



The instruments are shipped with the following stan- 
dard accessories: 

2 Probe packages (2465B) 

4 Probe packages (2467 B) 

1 Snap-lock accessories pouch 

1 Zip-lock accessories pouch 

1 Operators manual 

1 Power cord (installed) 

1 2-A, 250-V fuse 

1 Clear plastic CRT filter 

1 Blue plastic CRT filter (installed) 

1 Front-panel cover 

1 Operators pocket reference card 



For part numbers and further information about both 
standard and optional accessories, refer to "Options and 
Accessories" (Section 7) of the instruments Operators 
manual or the Accessories information at the rear of this 
manual. Your Tektronix representative or local Tektronix 
Field Office can also provide accessories information and 
ordering assistance. 



PERFORMANCE CONDITIONS 



The following electrical characteristics (Table 1-1) are 
valid for the instrument when it has been adjusted at an 
ambient temperature between +20°C and +30°C, has 
had a warm-up period of at least 20 minutes, and is 
operating at an ambient temperature between -15°C and 
+55°C (unless otherwise noted). 



Items listed in the "Performance Requirements" column 
define the measurement capabilities of the instruments. 
Supplementary measurement conditions may also be listed 
in the "Performance Requirement" column. 

Mechanical characteristics are listed in Tables 1-6 and 
1-7. 



Environmental characteristics are given in Table 1-8. 
The oscilloscope meets the environmental requirements of 
MIL-T-28800C for Type III, Class 3, Style C equipment, 
with the humidity and temperature requirements defined in 
paragraphs 3.9.2.2, 3.9.2.3, and 3.9.2.4. 
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Specification— 2465B/2467B Service 



Table 1-1 

2465B/2467B Electrical Characteristics 



Characteristics 


Performance Requirements 


VERTICAL DEFLECTION SYSTEM— CHANNEL 1 AND CHANNEL 2 


Deflection Factor 
Range 


2 mV/division to 5 V/division in a 1 -2-5 sequence of 1 1 steps. 


Accuracy 

+ 15°C to +35°C 
On-Graticule Accuracy 


1 MQ input, noninverted. 


Within ±2% at any VOLTS/DIV setting for a four or five-division 
signal centered on the screen. 


AV Accuracy (using cursors over entire 
graticule area) 


+ (1.25% of reading +0.03 div + signal aberrations). 


-15°C to +15°C and +35°C to 
+ 55°C 


Add ±2% of reading. 3 


50 $2 Coupling 


Add ± 1 % of reading. 


CH 2 Inverted 


Add ± 1 % of reading. 


AV Range 


±8 X VOLTS/DIV setting. 8 


V/DIV VARiable, noninverted 


Continuously variable between VOLTS/DIV settings. Extends 
deflection factor to > 1 2.5 V/division. 


Frequency Response 

-3 dB Bandwidth 
+ 15°C to +35°C 

5 mV to 5 V 


Bandwidth is measured with a leveled, low distortion, 50-fi source, 
sine-wave generator, terminated in 50 Q. The reference signal 
amplitude is set at the lesser of 6 divisions or the maximum leveled 
amplitude. External termination bandwidth is check with a 4 division 
reference signal. 

Bandwidth with probe is checked using a BNC-to-probe-tip (013- 

SJc.c.1 dUdpicr. 

Bandwidth with external termination is checked using a BNC 50-fi 
feed through terminator (01 1 -0049-01 ). 


Using standard accessory probe or internal 50-fi termination. 


Dc to 400 MHz. b 


2 mV 


Dc to 350 MHz. b 


-15°C to +15°C and +35°C to 
+ 55°C 

5 mV to 5 V 


Dc to 350 MHz. a 


2 mV 


Dc to 300 MHz. 3 


"Performance requirement not checked in manual. 



b lf the instrument is subjected to "greater than" 85% relative humidity, bandwidth is reduced by 50 MHz. After the instrument is 
subjected to "greater than" 85% relative humidity, it requires more than 50 hours of operation at "less than" 60% relative humi- 
dity before full bandwidth is restored. 
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Specification— 2465B/2467B Service 



Table 1-1 (cont) 


^naraciensiics 


Performance Requirements 


-4.7 dB Bandwidth 


Using 50-12 external termination on 1-Mfi input. 


-15°C to + 35°C 




5 mV to 5 V 


Dc to 400 MHz. b 


2 mV 


Dc to 350 MHz. b 


+ 35°C to + 55°C 




5 mV to 5 V 


Dc to 350 MHz. a 


2 mV 


Dc to 300 MHz. 8 


AC Coupled, Lower -3 dB 
Frequency 


1 Hz or less. 


With Standard Accessory Probe 


1 Hz or less. 3 


Step Response Rise Time 


Calculated from T r =0.35/BW. a 


5 mV to 5 V 


<875 ps. 


2 mV 


*£1 ns. 


Channel Isolation 


^ iUU.1 attenuation ot aeseiecieu cnannei ai iuu ivinz, =^du. i ax 
400 MHz, for an eight-division input signal from 5 mV per division 
to 500 mV per division, with equal VOLTS/DIV settings on both 

phonnplc 


uispiayeo onannci c. oiyiiai 
Delay with Respect to Channel 
1 Signal 


Ariinstahlp throuoh a ranae of at least —500 ds to +500 ds 3 


Input R and C (1 Mft) 




Resistance 


1 Mfi ±0.5%. a 


Capacitance 


15 pF ±2 pF. a 


Maximum Input Voltage 




DC, AC, or GND Coupled 


400 V (dc + peak ac). 

800 V p-p ac at 10 kHz or less. 3 


Input R (50 0.) 




Resistance 


50 12 ±1%. a 


VSWR 




Dc to 300 MHz 


<1.3:1. a 


300 to 400 MHz 


<1.5:1. a 


Maximum Input Voltage A 
Z__A 


5 V rms, averaged for 1 second; ±50 V peak. 3 


Cascaded Operation 


Channel 2 Vertical Signal Output into Channel 1 input; DC coupled 
using a 50 Q RG-58C/U coaxial cable, with 1 Mfi DC or 1 MQ AC 
Channel 1 input coupling; with Channel 1 and Channel 2 
VOLTS/DIV set at 2 mV and 20 MHz Bandwidth Limit On. 


Deflection Factor 


200 ^V per division ± 1 0%. 



Performance requirement not checked in manual. 

b lf the instrument is subjected to "greater than" 85% relative humidity, bandwidth is reduced by 50 MHz. After the instrument is 
subjected to "greater than" 85% relative humidity, it requires more than 50 hours of operation at "less than" 60% relative humi- 
dity before full bandwidth is restored. 
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Table 1-1 (cont) 



Characteristics 


Performance Requirements 


CMRR (ADD Mode with 
Channel 2 inverted) 


At least 20:1 at 50 MHz for common-mode signals of eight 
divisions or less, with VAR VOLTS/DIV control adjusted for best 
CMRR at 50 kHz, at any VOLTS/DIV setting. 


VERTICAL DEFLECTION SYSTEM— CHANNEL 3 AND CHANNEL 4 


Deflection Factors 




Values 


100 mV and 500 mV per division. 


Accuracy 


Within ±10%. 


Frequency Response 


Bandwidth is measured with a leveled, low distortion, 50-fi source, 
sine-wave generator, terminated in 50 $2. The reference signal 

flrfirtliti iHtf* ic cot at tHo loccor nf Hiwicinrto nr tho mavimiim lov/al£*H 
aiiifjniuuo io oci ai me icooci up u (Jiviaiuifo Ui Lilts iiidAiiiiuni IcvcltJU 

amplitude. External termination bandwidth is checked with a 4 
division reference signal. 

Bandwidth with probe is checked using a BNC-to-probe-tip (013- 
\jc.c.i adapter. 

Bandwidth with external termination is checked using a BNC 50-Q 
feed through terminator (01 1 -0049-01 ). 


- 3 dB Bandwidth 


Using standard accessory probe. 


+ 15°Cto +35°C 


Dc to 400 MHz. b 


-15°C to +15°C and +35°C to 

I EC of 1 


Dc to 350 MHz. a 


— 4./ ub banuwiutn 


Using 50-fi external termination. 


+ ID O tO +O0 U 


Dc to 400 MHz. a D 


-15°C to +15°C and +35°C to 
+ 55°C 


Dc to 350 MHz. 3 


Step Response Rise Time 


^875 ps (calculated from T r =0.35/BW). a 


Channel Isolation 


>50:1 attenuation of deselected channel at 100 MHz with an 8- 
division input signal. 


Signal Delay Between Channel 
1 and Either Channel 3 or 
Channel 4 


Within +1.0 ns, measured at the 50% points. 3 


Input Resistance 


1 Mfl ±1%. a 


Input Capacitance 


15 pF ±3 pF. a 


Maximum Input Voltage 


400 V (dc + peak ac). 

800 V p-p ac at 10 kHz or less. 3 


"Performance requirement not checked in manual. 



"If the instrument is subjected to "greater than" 85% relative humidity, bandwidth is reduced by 50 MHz. After the instrument is 
subjected to "greater than" 85% relative humidity, it requires more than 50 hours of operation at "less than" 60% relative 
humidity before full bandwidth is restored. 
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Specification— 2465B/2467B Service 

Table 1-1 (cont) 



Characteristics 


Performance Requirements 


VERTICAL DEFLECTION SYSTEM— ALL CHANNELS 


Low-frequency Linearity 


0.1 division or less compression or expansion of a two-division, 
center-screen signal when positioned anywhere within the graticule 
area. 


Bandwidth Limiter 


Reduces upper 3 dB bandpass to a limit of 13 MHz to 24 MHz. 


Vertical Signal Delay 


At least 30 ns of the sweep is displayed before the triggering event 
is displayed at any SEC/DIV s=10 ns/div. At 5 ns/div, at least 10 ns 
of the sweep is displayed before the triggering event. 3 


Chopped Mode Switching Rate 


With displayed SEC/DIV in the 20 /is to 2 /xs/div range, the 
switching rate is 2.5 MHz ±0.2%. Otherwise, the switching rate is 
1 MHz ± 0.2%. The display cycle rate equals the chop switching 
rate divided by the number of channels displayed. The chop 
switching rate is modulated slightly to minimize waveform breaks 
with repetitive signals. 3 


TRIGGERING 


Minimum P-P Signal Amplitude for Stable Triggering 
from Channel 1 or Channel 2 Source 

DC Coupled 


0.35 division from dc to 50 MHz; increasing to 1.0 division at 
300 MHz and 1 .5 divisions at 500 MHz. 


NOISE REJ Coupled 


<1.2 divisions from dc to 50 MHz; increasing to 3 divisions at 
300 MHz and 4.5 divisions at 500 MHz. 


AC Coupled 


0.35 division from 60 Hz to 50 MHz; increasing to 1.0 division at 
300 MHz and 1 .5 divisions at 500 MHz. Attenuates signals below 
60 Hz. 


HF REJ Coupled 


0.5 division from dc to 30 kHz. 


LF REJ Coupled 


0.5 division from 80 kHz to 50 MHz; increasing to 1.0 division at 
300 MHz and 1 .5 divisions at 500 MHz. 


Minimum P-P Signal Amplitude for Stable Triggering 
from ADD Source 


Add 0.5 division to CH 1 or CH 2 requirement at 300 MHz and 
500 MHz. 


Minimum P-P Signal Amplitude for Stable Triggering 
from CH 3 or CH 4 Source 


0.5 x CH 1 or CH 2 requirement. 


Minimum P-P Signal Amplitude for Stable Triggering 
from Composite, Multiple Channel Source, ALT 
Vertical Mode 


Checked at 50 mV per division. 

Add 1 division to the single-channel source specification. 



"Performance requirement not checked in manual. 
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Table 1-1 (cont) 


_ ______ 

Characteristics 


Performance Requirements 


Maximum P-P Signal Rejected by NOISE REJ 
COUPLING Signals Within the Vertical Bandwidth 

on i or on _ ouunuL 


a=fl 4 division for VOLTS/DIV settinas of 10 mV/div and hiaher 

Mflyimiim nni^P amnlitndp rpipptpri rpducsd at 2 mV/div and 
5 mV/div. 


CH 3 or CH 4 SOURCE 


s*0.2 division. 3 


Jitter 
2467B 


=s100 ps with 5 divisions of 400 MHz at 500 ps/division. 


2465B 


<50 ps with 5 divisions of 400 MHz at 500 ps/division. 


LEVEL Control Range 
CH 1 or CH 2 SOURCE 


±18 x VOLTS/DIV setting. 3 


CH 3 or CH 4 SOURCE 


±9 X VOLTS/DIV setting. 3 


LEVEL Readout Accuracy 

CH 1 or CH 2 SOURCE 
+ 15°Cto +35°C 


For triggering signals with transition times greater than 20 ns. 


Within ±[3% of reading + 3% of p-p signal + 0.2 division + 
0.5 mV + (0.5 mV x probe attenuation factor)] with Vertical Input 
at 1 MO DC, CH 2 Source Not Inverted, and Trigger DC Coupled. 


-15°C to +35°C and +35°C to 
+55°C 


Add 1.5 mV x probe attenuation to +15°C to +35°C 
specification. 3 


50 Q Input 


Add ±1% to 1 MS2 input specification. 3 


CH 2 Inverted 


Add +1% of reading to non-inverted specification. 3 


NOISE REJ Coupled 


Add ±0.6 division to DC Coupled specifications. 3 


CH 3 or CH 4 SOURCE 


Within ±[3% of reading + 4% of p-p signal + 0.1 division + 
(0.5 mV x probe attenuation factor)] and Trigger DC Coupled. 


NOISE REJ Coupled 


Add ±0.3 division to the DC Coupled specification. 3 


AUTO LVL Mode Maximum Triggering Signal Period 
A SEC/DIV Setting 
<10 ms 


At least 20 ms. a 


1 ms to 50 ms 


At least four times the A-SEC/DIV setting. 3 


>50 ms 


At least 200 ms. 3 



■Performance requirement not checked in manual. 
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Specification— 2465B/2467B Service 

Table 1-1 (cont) 



Characteristics 


Performance Requirements 


AUTO Mode Maximum Triggering Signal Period 
A-SEC/DIV Setting 
<10 ms 


At least 80 ms. a 


1 ms to 50 ms 


At least 1 6 times the A-SEC/DIV setting. 3 


>50 ms 


At least 800 ms. a 


AUTO LVL Mode Trigger Acquisition Time 


Eight to 100 times the AUTO LVL Mode maximum triggering signal 
period, depending on the triggering signal period and waveform. 


Trigger Holdoff 
Minimum 
2467B 


The greater of the A-SEC/DIV setting value or 1 us, within +33% 
+ 500 ns to -10%. a 


2465B 


The greater of the A-SEC/DIV setting value or 2 us, within +33% 
to -10%, except 1 at 5 ns/div. a 


Variable 


Increases trigger holdoff time to 10 to 25 times the minimum 
holdoff. 


SLOPE Selection 


Conforms to trigger-source waveform or ac power-source 
waveform. 


HORIZONTAL DEFLECTION SYSTEM 


A Sweep Time Base Range 


500 ms/div to 5 ns/div in a 1-2-5 sequence of 25 steps. X10 MAG 
extends maximum sweep rate to 500 ps/div. 


B Sweep Time Base Range 


50 ms/div to 5 ns/div in a 1-2-5 sequence of 22 steps. X10 MAG 
extends maximum sweep rate to 500 ps/div. 


Timing Accuracy 

Sweep Accuracy Unmagnified 


+ 15°C to +35°C, A Sweep, with SEC/DIV at 100 ms/div or 
faster. 

±(0.7% of time interval + 0.6% of full scale). 


At Accuracy With Cursors, Unmagnified 


±(0.5% of time interval + 0.3% of full scale). 


At Accuracy with Sweep Delay 


±(0.3% of time interval + 0.1% of full scale + 200 ps). 


Delay Accuracy, A Sweep Trigger to Start of B 
Sweep 


±(0.3% of delay setting + 0.6% of full scale) +0 to -25 ns. 


B-Sweep Accuracy and At Accuracy with Cursors on 
B Sweep 


Add ± 0.3% of time interval to A-Sweep specifications. 



"Performance requirement not checked in manual. 
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Table 1-1 (cont) 


Characteristics 


Performance Requirements 


X10 MAG Accuracy 


Add ± 0.5% of time interval to unmagnif ied Sweep and At Cursors 
specifications. Exclude the first 0.5 division after the sweep starts 
(the first 0.5% of the full 100 division sweep). 


500 ms or 200 ms/div Timing Accuracy (A Sweep 
only) 


Add ±0.5% of interval to specifications for A SEC/DIV at 100 ms 
or faster. 


SEC/DIV VAR Timing Accuracy 


Add 2% of time interval to sweep accuracy specifications when 
VAR is out of detent. 


Timing Accuracy (-15°C to +15°C and +35°C to 
+55°C) 


Add ±0.2% of time interval to all At and delay specifications. Add 
± 0.5% of interval to sweep accuracy specification. 3 


At Readout Resolution 


Greater of either 10 ps or 0.025% of full scale. 3 


At Range 


±10 times A-SEC/DIV setting with Cursors, ±9.95 times A- 
SEC/DIV setting with Sweep Delay. 3 


Sweep Delay Range 


to 9.95 times the A SEC/DIV setting, from 500 ms to 10 ns. A- 
Sweep triggering event is observable on B Sweep with zero delay 
setting for A SEC/DIV settings 1 tis or faster. 3 


Delay Jitter 




2467B 


Within 0.01 % (one part or less in 1 0,000) of the maximum available 
delay, plus 100 ps. a 


2465B 


Within 0.004% (one part or less in 25,000) of the maximum 
available delay, plus 50 ps. 3 


Horizontal POSITION Range 


Start of 1 ms per division sweep can be positioned from right of 
graticule center to at least 10 divisions left of graticule center. 

Qnmp rw~irtir*n r\f 1 mc nor HK/icinn cw/oon ie aliAjax/c wiciHIa i*/ith Yin 
wwiiic \j\Jt wjt i \ji I mo fJCl Utvionjii ovwtTtJjj lo ctfWdyo VlblUlc Willi A IU 

MAG off. 3 


X-Y Operation 




X-Axis Deflection Factor Range, Variable, and 
Input Characteristics 


Same as Channel 1 . 


Deflection Factor Accuracy 


Same as Channel 1 . 3 


X-Axis Bandwidth 


Dc to 3 MHz. 


Phase Difference Between X and Y with BW 
Limit Off 


<1° from dc to 1 MHz; =s3° from 1 MHz to 2 MHz. 


X-Axis Low-frequency Linearity 


0.1 division or less compression or expansion of a two-division, 
center-screen signal when positioned within the graticule area. 



"Performance requirement not checked in manual. 
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Table 1-1 (cont) 



Characteristics 


Performance Requirements 


DISPLAY 


Cursor Position Range 




P\^l+*^ Wnltn /A\/\ 

Delta volts (avj 


At least the center 7.6 vertical divisions. 


ueita i ime (At) 


At least the center 9.6 horizontal divisions. 


Graticule 




Size 




2467B 


68 mm X 85 mm. a 


2465B 


80 mm X 100 mm. a 


Markings 


8 major divisions vertically and 1 major divisions horizontally, with 
auxiliary markings. 3 


Trace Rotation Range 


Adeauate to alion tracp with thp npntpr hnri7ontal nratinilp linp 

/ lUwUUU IVs IV MllUI 1 LI G4 Will] 11 1^ 1 Lvi 1 Ivl IX-v/l I Ldl U 1 CI Llvvll W III lw> 


Standard Phosphor 


P31 a 


Visual Writing Rate 




2467B 


«=4 divisions/ns. 

NOTE 

Using the standard-accessory color filter, no more than 5 bright 
spots will be visible at maximum intensity and no bright-spot halo 
will be visible within the center 7X9 divisions. Additional bright 
spots may be visible after displaying a high-intensity trace. These 
added spots will extinguish when intensity is set to minimum. 


2465B 


5=20 divisions/jus. 


Photographic Writing Speed (2467B) 


»10 divisions/ns. 


Display Intensity Limitation (2467B) 


Control settings and trigger rate are monitored to limit the display 
intensity after a time of no control activity. 3 


Z-AXIS INPUT 


Sensitivity 




Dc to 2 MHz 


Positive voltage decreases intensity; +2 V blanks a maximum 
intensity trace. 


2 MHz to 20 MHz 


+2 V modulates a normal intensity trace. 3 


Input Resistance 


9 kO ± 1 0%. a 


Maximum Input Voltage 


±25 V peak; 25 V p-p ac at 10 kHz or less. 3 



"Performance requirement not checked in manual. 
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Table 1-1 (cont) 



Characteristics 


Performance Requirements 


PARAMETRIC MEASUREMENTS 


Period 
Accuracy 

+ 15°C to +35°C 


0.9% + 0.5 ns + Jitter Error. 


-15 to + 15°C and 
+35°Cto + 55°C 

Minimum Period 


Add 0.3%. 
2 ns. 


Maximum Period 


5=100 ms (MINFREQ=10Hz). 


Minimum Signal Amplitude 


=s (60 mV + probe attenuation factor p-p). 

If DP rrHinlinn i<; nsprl thp DC offspf voltaae must meet the 
following criteria: 

at a VOI T^/DIV <?pttinn whirh oivp"; a d-d sianal > 4 divisions 
the peak signal + offset must be =s 12 divisions. 


Frequency 


Calculated as 1 /period. 


Volts 

+ Peak, -Peak, Peak-to-Peak, and Average 
Accuracy 

+ 15°C to +35°C 


5% of reading + 5 mV + (0.5 mV * probe attenuation) + signal 
aberrations + 1 Least Significant Digit (LSD). 


-15°C to + 15°C and 
+ 35°C to +55°C 


Add (1 .5 mV * probe attenuation). 


Minimum Width at Peak Amplitude 


< 10 ns. 


Maximum Sine Wave Frequency 
+ 15°C to +35°C 


> 1 MHz. 


-15°C to + 15°C and 
+35°C to +55°C 


Add 2%. 

Volts measurements depend on peak signal measurements. 

INOISS On in© inpUX oiyildl, gvgM ll cu a IUW icptJLIUUIl I cue UlcU 

makes it difficult to see, will be detected and will affect the 
measurements. 


Pulse Width (High or Low) 
Accuracy 

+ 15°Cto +35°C 


0.9% of reading + 1 .0 ns + jitter error + 2 * offset error. 


-15°C to +15°C and 
35°C to +55°C 


Add 0.3%. 


Minimum Pulse Width 


< 5 ns. 


Minimum Repetition Rate 


< 10 Hz (with MINFREQ = 10 Hz). 



REV OCT 1988 
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Table 1-1 (cont) 



Characteristics 


Performance Requirements 


Duty Cycle 


Calculated from Pulse Width and Period. 


Rise Time, Fall Time, and Time Interval 
Accuracy 

+ 15°C to +35°C 
Rise/Fall Time 
Time Interval 


5% of reading + 3.0 ns + jitter error + offset error. 

Add 0.5 ns if measurement is made between CH1 and CH2. 

0.5 % of reading + 5% of start event transition time + 5% of 
stop event transition time + 3.0 ns + jitter error + offset error. 

Rise and Fall time measurement is made at 20% and 80% 
points ot iraiisition anu iineany exirapoidicu iu ine iu/o aiiu 
90% points. 

Accuracy is relative to time interval as measured on screen 
using cursors. Measurement is made using peak-to-peak 
transition for measurement points in percent. 


-15 to +15°C and 
+35°C to +55°C 


Add 2%. 


Minimum Time 


< 5 ns. 


Minimum Repetition Rate 


« 10 Hz (with MINFREQ = 10 Hz). 


Jitter Error 


Noise on the input signal causes jitter which introduces errors in 
the measurements. The amount of jitter depends on the noise 
amplitude and the slew rate of the input signals. 

The amount of jitter can be calculated as: 

litter - input noise am P |itude (peak) 
input slew rate in div/sec 

IIILFUl fait? OP lUUIVJ UC 1 1 ICCEOUI CU Ctl C V Wil V - M1UIC 

sensitive than the setting at the end of the measurements or at 
5 mV/div, whichever is less sensitive. 

The slew rate must be measured at the same points at which 
the measurement will be taken. The points for the various 
measurements are: 

Measurement Points 


Measurement First Second 

Measurement Measurement 
point point 


Frequency 50% amplitude 50% amplitude 

Width 50% amplitude 50% amplitude 

Rise, Fall Time 10% amplitude 90% amplitude 

Time interval Specified by Time Specified by Time 

Interval Configuration Interval Configuration 
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Table 1-1 (cont) 



Characteristics 



Performance Requirements 



The algorithms used for the measurements result in the 
following equation for the total jitter error that must be applied 
to the accuracy specifications. 



Jitter Error 



2 * first point jitter 

+ 2 * second point jitter. 



Offset Error 



Offset error is introduced when the trigger level is not set 
exactly at the expected points. This misplacement of the trigger 
level applied to any non-infinite slew rate produces a timing 
error. The magnitude of the error is given by: 



Offset Error = 



offset 



input slew rate 



Frequency measurements do not suffer from offset errors since 
measurements are made with the same trigger level and slope, 
so no offset is introduced. 



All other timing measurements suffer from offset errors. 

The slew rates used to calculate offset errors must be measured 
at the first and second measurement points given in the 
Measurement Points table. 

Offset error is calculated as: 



Offset Error 



0.2 div 



+ 



First Point slew rate 

0.2 div 

Second Point slew rate 



If a time interval measurement is made using Volts mode, the 
offset at each measurement point is: 

0.2 div + 5% of measurement point voltage converted to 
divisions. 
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Table 1-2 

Option 06 (C/T/T) Electrical Characteristics 



Characteristics 


Performance Requirements 


SIGNAL INPUT 


Maximum Input Frequency for Count and Delay by 
Events 


With DC Coupling of A Trigger and B Trigger. 


_ 4 C ft kill 

5=150 MHz. 


Minimum Width of High or Low State of Input Signal 
for Count and Delay by Events 


<3.3 ns. 


Sensitivity 

Dc to 50 MHz (0.5 Hz to 50 MHz for 
Frequency and Period) 

CH 1 and CH 2 


For Count, Delay by Events, and Logic Trigger Functions 
Excluding Word Recognizer. 


1 .5 divisions. 


CH 3 and CH 4 


0.75 division. 


50 MHz to 150 MHz 
CH 1 and CH 2 


4.0 divisions. 


CH 3 and CH 4 


2.0 divisions. 


FREQUENCY 


Ranges 


RANGE LSD" 

1 Hz 100 nHz 
10 Hz 1 M Hz 
100 Hz 10/uHz 
1kHz 100/iHz 
10 kHz 1 mHz 
100 kHz 10 mHz 

1 MHz 100 mHz 
10 MHz 1 Hz 
100 MHz 10 Hz 
150 MHz 100 Hz 


Automatic Ranging 


Upranges at 100% of full scale; downranges at 9% of full 
scale. Downrange occurs at 90 MHz on 150 MHz range. 

Full scale corresponds to the value given in the Range 
column. The maximum displayed value for any range is the 
Range value minus the LSD value. 



"Performance requirement not checked in manual. 
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Table 1-2 (cont) 



Characteristics 


Performance Requirements 


Accuracy 


± [Resolution + (Frequency x TBE)] Hz. 


Time Base Error (TBE) 


1 ppm with less than 5 ppm per year drift. 


Resolution 


1.4 x Frequency 2 X TJE + , <;n 


Display Update Rate 


Twice per second or twice the period of the input signal, 
whichever is slower. 


PERIOD 


Ranges 


RANGE LSD 8 

10 ns 1 fs 
100 ns 10 fs 
1 *ts 100 fs 

1 tis 1 ps 
1 fin ..e> 1 n nc 

1 ms 1 00 ps 

10 ms 1 ns 
100 ms 10 ns 

1 s 100 ns 

2 s 1 MS 


Minimum Period 


=s6.7 ns. 


Automatic Ranging 


Upranges at 100% of full scale; 
downranges at 9% of full scale. 

Full scale corresponds to the value given in the Range 
column. The maximum displayed value for any range is the 
Range value minus the LSD value. 


Accuracy 


± [Resolution + (TBE x Period)]. 


Resolution 


±[LSD + (1.4 X TJE)/N]. 


Display Update Rate 


Twice per second or twice the period of the input signal, 
whichever is slower. 



'Performance requirement not checked in manual. 
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Table 1-2 (cont) 


Characteristics 


Performance Requirements 


TOTALIZE 


Maximum Count 


9999999. 


Display Update Rate 


Twice per second or once per event, whichever is slower. 


DELAY BY EVENTS 


Maximum Event Count 


4194303. 


Minimum Time from Start Signal 
to Any Delay Event 


4 ns. 


LOGIC TRIGGER 


Minimum Function-True Time 


4 ns. 


Minimum Function-False Time 


4 ns. 


ADDED DELAY TIME CHARACTERISTICS WITH C/T/T 


Run After Delay 
Accuracy 


LSD b + [0.0012 X (A SEC/DIV)] + [0.03 X (B Time/Divf] + A 
Trigger Level Error + 50 ns. 

When the A Sweep is triggered by the Word Recognizer in 
synchronous mode, add 100 ns for probe delay; in asynchronous 
mode, add 200 ns for probe delay. 


Triggerable After Delay 
Accuracy 


For intervals within 70 ns to 10 times the A-SEC/DIV Setting. 

LSD b + [10 ppm x (measured interval)] + TJE + A-Trigger Level 
Error + B-Trigger Level Error + 0.5 ns. 

If the A and B Sweeps are triggered from different channels, add 
0.5 ns for channel-to-channel mismatch. 

When the A Sweep is triggered by the Word Recognizer in 
synchronous mode, add 100 ns for probe delay; in asynchronous 
mode, add 200 ns for probe delay. 


Minimum Measurable Delay Time 


«70 ns. 


Display Update Rate 


In Auto Resolution, twice per second or once for every sweep, 
whichever is slower. 

In 1 ns, 1 00 ps, and 1 ps resolution modes, the update rate 
depends on the A SEC/DIV setting and the trigger repetition rate. 



b See Tables 1-3 and 1-4. 



C B Time/Div includes SEC/DIV, X10 MAG, and VAR. 

"This term assumes the trigger points are between the 10% and 90% points of the waveforms. Fall time is expressed as a negative 
risetime. 
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Table 1-2 (cont) 



Characteristics 


Performance Requirements 


ADDED DELTA-DELAY-TIME CHARACTERISTICS WITH C/T/T 


Run After Delay 
Accuracy 


LSD b + [0.0008 X (A SEC/DIV)] + [0.01 X (B Time/Divf] + 83 
ps. 

When the A Sweep is triggered by the Word Recognizer in 
synchronous mode, add 1 ns for probe jitter; in asynchronous 
mode, add 20 ns for probe jitter. 


Triggerable After Delay 
Accuracy 

Superimposed Delta Time 
Nonsuperimposed Delta Time 


Both delays are within 70 ns to 10 times the A-SEC/DIV setting. 


LSD b + [0.01 x (B Time/Div) ] + [10 ppm x (A SEC/DIV)] + [10 
ppm x (measured interval)] + 50 ps + TJE. 

If CH 3 or CH 4 is one channel of a two-channel measurement, add 
0.5 ns for channel-to-channel delay mismatch. 

LSD b + lt rREF -t rDELT M + T JE + 

[(0.0005 div) x (1/SR R ff + 1/SR nFIT )] + 

[10 ppm X (A SEC/DIV)] + 

[1 ppm x (measured interval)] + 50 ps. 

If A and B sweeps are triggered from different channels, add 0.5 ns 
for channel-to-channel mismatch + [0.5 div x (1/SR REF + 
1/SR DELT )] for trigger offset. 


Display Update Rate 


In Auto Resolution, twice per second or once for every four 
sweeps, whichever is slower. 

In 1 ns, 100 ps, and 10 ps resolution modes, the update rate 
depends on the A SEC/DIV setting and the trigger repetition rate. 



b See Tables 1-3 and 1-4. 

<=B Time/Div includes SEC/DIV, X10 MAG, and VAR. 



■This term assumes the trigger points are between the 10% and 90% points of the waveforms. Fall time is expressed as a negative 
risetime. 
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Table 1-2 (cont) 



Characteristics 



Performance Requirements 



DEFINITIONS 



A Trigger Level Error = (A Trigger Level Readout Error)/SR A . 
B Trigger Level Error = (B Trigger Level Readout Error)/SR B . 
t rREf= = rise time, reference trigger signal. 

tr DELT = rise '' me ' clelta tr '99 er s '9 nal - 

SR A = slew rate at trigger point, A Sweep trigger signal in div/sec. 
SR B = slew rate at trigger point, B Sweep trigger signal in div/sec. 
SR REF = slew rate at trigger point, reference trigger signal in div/sec. 
SR DELT = slew rate at trigger point, delta trigger signal in div/sec. 
TJE = trigger jitter error. 

For delay or delta time, disregarding noise in the signal, this term contributes<1 LSD if the slew rate is greater than 
0.03 vertical div/ns or if the slew rate is greater than 30000 vertical div/horizontal div. 

Trigger Jitter = [(Reference Trigger Signal Jitter) 2 + (Delta TriggerSignal Jitter) 2 
+ (A Sweep Trigger Signal Jitter) 2 ] 1 ' 2 . 

Reference Trigger Signal Jitter = (e ns + e nREF )/SR REF . 

= for Frequency mode. 

e ns = scope noise in div. 

= 0.05 div for HF REJ trigger coupling. 

= 0.1 div for DC trigger coupling, 5 mV to 5 V sensitivity. 

= 0.15 div for DC trigger coupling, 2 mV sensitivity. 

e n REF — reference signal rms noise in div. 

Delta Trigger Signal Jitter = (e ns + e nDELT )/SR DELT . 

= for Frequency or Delay mode. 

e noELT = delta signal rms noise in div. 

A Trigger Signal Sweep Jitter = (e ns + e„ A )/SR A . 

e nA = A sweep trigger signal rms noise in div. 

When the Word Recognizer supplies a trigger in synchronous mode, the trigger jitter of the associated trigger signal 
is <1 ns; in asynchronous mode, the associated trigger signal jitter is <20 ns. 

N = number of averages during measurement interval. 
= see Table 1-3 for Delay or Delta Time. 

= (measured frequency) x (measurement interval) for Frequency or Period. 
Measurement Interval = 0.5 s or two periods of measured signal, whichever is greater. 
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Table 1-3 
Resolution Selections 



A SEC/DIV 


Selection 


Least Digit 


N for Average 


1 ns to 500 ms 


AUTO 


See Table 1-4 


See Table 1-4 


1 ns to 5 mS 


10 ps 


10 ps 


> 10° 




100 ps 


100 ps 


> 10* 




1 ns 


1 ns 


> 100 


1 to 50 fis 


10 ps or 100 ps 


100 ps 


> 10 4 




1 ns 


1 ns 


> 100 


1 00 fis to 500 /is 


1 ps to 1 ns 


1 ns 


> 100 


1 ms to 5 ms 


Any 


10 ns 


> 1 


1 ms to 50 ms 


Any 


100 ns 


> 1 


1 00 ms to 500 ms 


Any 


1 MS 


> 1 



Table 1-4 
Resolution Selections 



A SEC/DIV 


Trigger Rate 


Least Digit 


N for Average 


1 ns to 2 ms 


> 20 kHz 


100 ps 


> 10 4 


1 ns to 2 ms 


200 Hz to 20 kHz 


1 ns 


> 100 


5 ms to 200 ms 


> 200 Hz 


1 ns 


> 100 


10 ns to 200 ms 


< 200 Hz 


10 ns 


> 1 


500 ms to 5 ms 


Any 


10 ns 


> 1 


1 ms to 50 ms 


Any 


100 ns 


> 1 


100 ms to 500 ms 


Any 


1 mS 


> 1 
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Table 1-5 

Option 09 (WR) Electrical Characteristics 



Characteristics 


Performance Requirements 


SYNCHRONOUS MODE 


Data Setup Time 


25 ns. 


D — D 15 and Q 




Data Hold Time 


ns. 


D — D 15 and Q 




Minimum Clock Pulse Width 




High 


20 ns. 


Low 


20 ns. 


Minimum Clock Period 


50 ns. 


Delay from Selected Clock Edge to Word Out from 
C/T/T 


«55 ns. 


ASYNCHRONOUS MODE 


Maximum Trigger Frequency 


10 MHz. 


Minimum Coincidence Between Data Inputs (D — 
D 15 & Q) Resulting in a Trigger 


<85 ns. 


Maximum Coincidence Between Data Inputs (D — 
D 15 & Q) Without Producing a Trigger 


>20 ns. 


Delay from Input Word Coincidence to Word Out 


*s140 ns. 


INPUTS AND OUTPUTS 


Input Voltages 

Minimum Input Voltage 


-0.5 V. 


Maximum Input Voltage 


5.5 V. 


Maximum Input Low Voltage 


0.6 V. 


Minimum Input High Voltage 


2.0 V. 


WORD RECOG OUT 




High 


> 2.5 V LSTTL output. 


Low 


< 0.5 V LSTTL output. 


Input High Current 


<20 mA. 


Input Low Current 


>-0.6 mA source. 
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Table 1-6 
2465B Mechanical Characteristics 



Characteristics 


uescnpiion 


Weight 

With Accessories and Pouch 


10.2 kg (22.4 lb). 


i * /: it. A—i;«_ AC AC nn^4 Art — . _. -4 A 

With Option 05, 06 and 09, or 10 


l£.U Kg (<£0.44 ID). 


Without Accessories and Pouch 


9.3 kg (20.5 lb). 


Domestic Shipping Weight 


12.8 kg (28.2 lb). 


With Option 05, 06 and 09, or 10 


17.6 kg (38.8 lb). 


Height 

Without Accessories Pouch 




With or without Options 05, 06 and 
09, and 10 


160 mm (6.29 in). 


With Feet and Accessories Pouch 




With or without Options 05, 06 and 
09, and 10 


202 mm ± 25.4 mm (7.94 in ± 1.0 in). 


Width (with handle) 


338 mm (13.31 in). 


Depth 

With Front Panel Cover 


434 mm (17.1 in). 


With Handle Extended 


508 mm (20.0 in). 


Cooling 


Forced-air circulation. 


Finish 


Tek Blue vinyl clad material on aluminum cabinet. 


Construction 


Aluminum-alloy chassis (sheet metal). Plastic-laminate front panel. 
Glass-laminate circuit boards. 
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Table 1-7 
2467B Mechanical Characteristics 



Characteristics 


Description 


Weight 

With Accessories and Pouch 

With Option 05, 06 and 09, or 10 


10.9 kg (24.0 lb). 
12.0 kg (26.44 lb). 


Without Accessories and Pouch 


9.7 kg (21.3 lb). 


Domestic Shipping Weight 

With Option 05, 06 and 09, or 1 


14.6 kg (32.1 lb). 
19.4 kg (42.7 lb). 


Height 

Without Accessories Pouch 

witn or witnout uptions uo, ub ana 
09, and 10 


160 mm (6.29 in). 


With Feet and Accessories Pouch 

With or without Options 05, 06 and 
09, and 10 


202 mm ± 25.4 mm (7.94 in ± 1.0 in). 


Width (with handle) 


338 mm (13.31 in). 


Depth 

With Front Panel Cover 


472 mm (18.6 in). 


With Handle Extended 


533 mm (21 .0 in). 


Cooling 


Forced-air circulation. 


Finish 


Tek Blue vinyl clad material on aluminum cabinet. 


Construction 


Aluminum-alloy chassis (sheet metal). Plastic-laminate front panel. 
Glass-laminate circuit boards. 
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Table 1-8 
Environmental Requirements 



Characteristics 


Performance Requirements 




Environmmpntal rpnuirpmpnt«i nnnlifv thp plprtrtral anri mprhaniral 

l*ll V/l II Ml l l^fl lldl 1 CUUM CIIICI HO UUQMIV 11 d^^/ll IWCII CM l\J II I^V/I Idl IIOul 

specifications. When not rack mounted, the instrument meets the 
environmental requirements of MIL-T-28800C for Type III, Class 3, 
Style C equipment, with the humidity and temperature requirements 
defined in paragraphs 3.9.2.2, 3.9.2.3, and 3.9.2.4. Rack mounting 
changes the temperature, vibration, and shock capabilities. The 
rack mounted instruments meet or exceed the requirements of 
iviiu- i -c.oo\j\j\s wixn respect to iype in, oiass o, otyie o equipment 
with the rack-mounting rear-support kit installed. Rack mounted 
instruments will be capable of meeting or exceeding the 
requirements of Tektronix Standard 062-2853-00, class 5. 


Temperature 
Operating 


-15°C to +55°C. 


For a rack mounted instrument, ambient temperature should be 
measured at the instrument's air inlet. Fan exhaust temperature 
should not exceed +65°C. 


Nonoperating (Storage) 


-62°C to +85°C. 


Altitude 
Operating 


To 15,000 feet. Maximum operating temperature decreases 1 °C for 
each 1000 feet above 5000 feet. 


Nonoperating (Storage) 


To 50,000 feet. 


Humidity 

Operating and Storage 


Stored at 95% relative humidity for five cycles (120 hours) from 

OKI \j IU OU Willi upclallUllal \J& lUi ITlanUG C1I6CKS at OU O aMU 

55 °c. 


Vibration (operating) 
Not Rack Mounted 


1 5 minutes along each of three axes at a total displacement of 
0.025 inch p-p (4 g at 55 Hz), with frequency varied from 10 Hz to 
55 Hz in one minute sweeps. Hold 1 minutes at each major 
resonance or, if none exists, hold 1 minutes at 55 Hz (75 minutes 
total test time). 


Rack Mounted 


Change displacement to 0.015 inch p-p (2.3 g at 55 Hz). 


Shock (operating and nonoperating) 
Not Rack Mounted 


50 g, half sine, 1 1 ms duration, three shocks on each face, for a 
total of 18 shocks. 


Rack Mounted 


30 g. 


Transit Drop (not in shipping package) 


8-inch drop on each corner and each face (MIL-T-28800C, para. 
4.5.5.4.3). 


Bench Handling (cabinet on and cabinet off) 


MIL-STD-810C, Method 516.2, Procedure V (MIL-T-28800C, para. 
4.5.5.4.3). 
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Table 1-8 (cont) 


Characteristics 


Performance Requirements 


Topple (operating with cabinet installed) 


Set on rear feet and allow to topple over onto each of four adjacent 
faces (Tektronix Standard 062-2858-00). 


Packaged Transportation Drop 


Meets the limits of the National Safe Transit Assn., test procedure 
1A-B-2; 10 drops of 36 inches (Tektronix Standard 062-2858-00). 


raCKaucu f idilopur tallUN ^viuiauuiiy 


Meets the limits of the National Safe Transit Assn., test procedure 
1A-B-1; excursion of 1 inch p-p at 4.63 Hz (1.1 g) for 30 minutes 
(Tektronix Standard 062-2858-00). 


EMI (Electro-magnetic Interference) 


Meets MIL-T-28800C; MIL-STD-461B, part 4 (CE-03 and CS-02), 
part 5 (CS-06 and RS-02), and part 7 (CS-01, RE-02, and RS- 
03)— limited to 1 GHz; VDE 0871, Category B; Part 15 of FCC 
Rules and Regulations, Subpart J, Class A; and Tektronix 
Standard 062-2866-00. 


Electrostatic Discharge Susceptibility 


Meets Tektronix Standard 062-2862-00. The instrument will not 
r*hanno switml ctatoQ with Hi^fharnp^ of than 10 kV 

Iclliyc OUliLiL/l &ldlt?o Willi uioirfi icii yco ui rcoo w iai i iw i\w . 


X-Ray Radiation 


Meets requirements of Tektronix Standard 062-1860-00. 
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7.94±1.00 
[202 + 25.40] 




11.88 

[302] 



Dimensions are in inches [mm] 



6019-01 



Figure 1-1. 2465B Dimensional drawing. 
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5.94 
6.29 [l5 f C=ZI 
160; 



I 



16.60 

^422] 



.52 



[293] 



T 



T 



1 



5.80 

5.53 q 47 - 6.47 
141 L : J 



164] 



21 .00 
[533] 




18.35 

~466] 



Dins'isions are in inches mm 



6019-02 



Figure 1-2. 2467B Dimensional drawing. 
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OPERATING INFORMATION 



SAFETY 



Before connecting the oscilloscope to a power source, 
read entirely both this section and the Safety Summary at 
the front of this manual. Be sure you have the training 
required to safely connect the instrument inputs to the sig- 
nals you will be measuring. Refer to the Safety Summary 
for power source, grounding, and other safety considera- 
tions pertaining to the use of the instrument. 



J> CAUTION < 

This instrument may be damaged if operated with 
the LINE VOLTAGE SELECTOR switch set for the 
wrong applied ac input-source voltage or if the 
wrong line fuse is installed. 



LINE VOLTAGE SELECTION 



The oscilloscope operates from either a 115-V or a 
230-V nominal ac power-line with any frequency from 
48 Hz to 440 Hz. Before connecting the power cord to a 
power source, verify that the LINE VOLTAGE SELECTOR 
switch, located on the rear panel (see Figure 2-1), is set 
correctly (see Table 1-1) and that the line fuse is correct. 
To convert the instrument for operation on the other line- 
voltage range, move the LINE VOLTAGE SELECTOR 
switch to the correct nominal ac source-voltage setting. 
The detachable power cord may have to be replaced to 
match the particular power source. 



LINE FUSE 



To verify the instrument power-input fuse rating, do the 
following steps: 



2. Verify that the fuse is of the type listed on the 
back of the instrument. Then install the proper 
fuse and reinstall the proper fuse-holder cap. The 
two types of fuses listed are not directly inter- 
changeable; they require different types of fuse 
caps. Included in the accessory pouch is a 5x20 
mm fuse holder cap for use with 1.6 A, 250 V, 
5x20 mm (I EC 127) fuses. 



POWER CORD 



This instrument has a detachable, three-wire power 
cord with a three-contact plug for connection to both the 
power source and protective ground. The power cord is 
secured to the rear panel by a cord-set-securing clamp. 
The protective-ground contact on the plug connects 
through the power-cord to the external metal parts of the 
instrument. For electrical-shock protection, insert this plug 
into a power-source outlet that has a properly grounded 
protective-ground contact. 



Instruments are shipped with the required power cord 
as ordered by the customer. Available power-cord informa- 
tion is presented in Table 2-1 , and part numbers are listed 
in "Options and Accessories' (Section 7). Contact your 
Tektronix representative or local Tektronix Field Office for 
additional power-cord information. 



INSTRUMENT COOLING 



To prevent instrument damage from internally gen- 
erated heat, adequate air flow must be maintained. Before 
turning on the power, verify that the spaces around the 
air-intake holes on the bottom of the cabinet and the fan- 
exhaust holes in the rear panel are free of any obstruction 
to airflow. 



OPERATING INFORMATION 



1 . Press in the fuse-holder cap and release it with a 
slight counterclockwise rotation. Pull the cap 
(with the attached fuse inside) out of the fuse 
holder. 



All operating information pertaining to the use of these 
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Figure 2-1. Line selector switch, line fuse, and detachable power cord. 



instruments is found in the respective instrument Opera- 
tors Manual. 



START-UP 



and troubleshooting may be found in the "Maintenance" 
section of this manual. Consult your service department, 
your local Tektronix Service Center, or nearest Tektronix 
representative if additional assistance is needed. 



The oscilloscope automatically performs a set of diag- 
nostic tests each time the instrument is turned on. These 
tests warn the user of any available indication that the 
instrument may not be fully functional. The tests run for 
several seconds after power is applied. If no faults are 
encountered, the instrument operates normally. A failure of 
any of the power-up tests will be indicated by either a 
flashing TRIG'D indicator on the instrument front panel or 
a bottom-line readout on the CRT in the form: TEST XX 
FAIL YY (where XX is the test number and YY is the 
failure code of the failed test). 



If a failure of any power-up test occurs, the instrument 
may still be usable for some applications. To operate the 
instrument after a power-up test failure, press the A/B 
TRIG button. Even if the instrument then functions for 
your particular measurement requirement, it should be 
repaired by a qualified service technician at the earliest 
convenience. Additional information on the power-up tests 



REPACKAGING FOR SHIPMENT 



If this instrument is to be shipped by commercial 
transportation, it should be packaged in the original 
manner. The carton and packaging material in which your 
instrument was shipped to you should be retained for this 
purpose. 



If the original packaging is unfit for use or is not avail- 
able, repackage the instrument as follows: 



1. Obtain a corrugated cardboard shipping carton 
having inside dimensions at least six inches 
greater than the instrument dimensions and hav- 
ing a carton test strength of at least 275 pounds. 
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2. If the instrument is to be shipped to a Tektronix 
Service Center for service or repair, attach a tag 
to the instrument showing the following: owner 
of the instrument (with address), the name of a 
person at your firm who can be contacted, com- 
plete instrument type and serial number, and a 
description of the service required. 



4. Cushion the instrument on all sides by tightly 
packing dunnage or urethane foam between the 
carton and the instrument, allowing three inches 
on each side. 



5. Seal the carton with shipping tape or with an 
industrial stapler. 



3. Wrap the instrument with polyethylene sheeting 
or equivalent to protect the outside finish and 
prevent entry of packing materials into the 
instrument. 



6. Mark the address of the Tektronix Service 
Center and your return address on the carton in 
one or more prominent locations. 



Table 2-1 
Power Cord and Voltage Data 



Plug 
Configuration 


Option 


Power Cord/ 
Plug Type 


Line Voltage 
Selector 


Reference 
Standards 6 




U.S. 
Std. 


U.S. 
120V 


115V 


ANSI C73.11 
NEMA5-15-P 
IEC83 
UL 198.6 




A1 


EURO 
220V 


230V 


CEE(7), II, IV, VII 
IEC83 
IEC 127 




A2 


UK a 
240V 


230V 


BS 1363 
IEC 83 
IEC 127 




A3 


Australian 
240V 


230V 


AS C112 
IEC 127 




A4 


North 
American 
240V 


230V 


ANSI C73.20 
NEMA 6-1 5-P 
IEC 83 
UL 198.6 




A5 


Switzerland 
220V 


230V 


SEV 
IEC 127 



a A 6A, type C fuse is also installed inside the plug of the Option A2 power cord. 
Reference Standards Abbreviations: 

ANSI — American National Standards Institute 
AS— Standards Association of Australia 
BS — British Standards Institution 

CEE — International Commission on Rules for the Approval of Electrical Equipment 
IEC — International Electrotechnical Commission 
NEMA— National Electrical Manufacturer's Association 
SEV — Schweizervischer Elektrotechnischer Verein 
UL — Underwriters Laboratories Inc. 
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THEORY OF OPERATION 
(SN B049999 & BELOW) 

INTRODUCTION 



SECTION ORGANIZATION 



This section contains a functional description of the 
instrument circuitry. The discussion begins with an over- 
view of the instrument functions and continues with 
detailed explanations of each major circuit. Reference is 
made to supporting schematic and block diagrams which 
will facilitate understanding of the text. These diagrams 
show interconnections between parts of the circuitry, iden- 
tify circuit components, list specific component values, and 
indicate interrelationships with front-panel controls. 



The detailed block diagram and the schematic diagrams 
are located in the tabbed "Diagrams" section at the rear of 
this manual, while smaller functional diagrams are con- 
tained within this section near their respective text. The 
particular schematic diagram associated with each circuit 
description is identified in the text, and the diagram 
number is shown (enclosed within a diamond symbol) on 
the tab of the appropriate foldout page. For optimum 
understanding of the circuit being described, refer to both 
the applicable schematic diagram and the functional block 
diagram. 



HYBRID AND INTEGRATED CIRCUIT 
DESCRIPTIONS 



Digital Logic Conventions 

Digital logic circuits perform many functions within this 
instrument. The operation of these circuits is represented 
by specific logic symbology and terminology. Most logic- 
function descriptions contained in this manual use the 
positive-logic convention. Positive logic is a system of 
notation whereby the more positive of two levels is the 
TRUE (or 1) state; the more negative level is the FALSE 
(or 0) state. In the logic descriptions, the TRUE state is 
referred to as HI, and the FALSE state is referred to as 
LO. The specific voltages which constitute a HI or a LO 
state vary between individual devices. For specific device 
characteristics, refer to the manufacturer's data book. 



Hybrids 

Some of the circuits in this instrument are implemented 
in hybrid devices. The hybrids are specialized electronic 
devices combining thick-film and semiconductor technolo- 
gies. Passive, thick-film components and active, semicon- 
ductor components are interconnected to form the circuit 
on a ceramic carrier. The end result is a relatively small 
"building block" with enhanced performance characteris- 
tics, all in one package. Hybrid circuits are shown on 
schematics simply as blocks with inputs and outputs. 
Information about hybrid functioning is contained in the 
related portion of the Detailed Circuit Description. 



Linear Devices 

The operation of individual linear integrated circuit 
devices is described in this section using waveforms or 
other graphic techniques to illustrate their operation. 



BLOCK DIAGRAM 



The following discussion is provided to aid in under- 
standing the overall operation of the instrument circuitry 
before the individual circuits are discussed in detail. A 
simplified block diagram of the instrument, showing basic 
interconnections, is shown in Figure 3-1. The diamond- 
enclosed numbers in each block refer to the schematic 
diagram(s) at the rear of this manual in which the related 
circuitry is located. 

BLOCK DESCRIPTION 



The Low Voltage Power Supply is a high-efficiency, 
switching supply with active output regulation that 
transforms the ac source voltage to the various dc volt- 
ages required by the instrument. The High Voltage Power 
Supply circuit develops the high accelerating potentials 
required by the crt, using voltage multiplication techniques, 
and the DC Restorer provides interfacing for the low- 
potential intensity signals from the Z-Axis Amplifier to the 
crt control grid. 
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FRONT-PANEL 
CONTROLS 



FRONT-PANEL 
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<3> 
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<5> 
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Figure 3-1. Instrument block diagram. 
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Figure 3-1. Instrument block diagram (cont). 
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Most of the activities of the instrument are directed by 
a microprocessor. The microprocessor, under firmware 
control (firmware is the programmed instructions contained 
in read-only memory that tells the processor how to 
operate), monitors instrument functions and sets up the 
operating modes according to the instructions received. 



Various types of data read to and from the Micropro- 
cessor (program instructions, constants, control data, etc.) 
are all transferred over a group of eight bidirectional signal 
lines called the Data Bus. The Data Bus is dedicated 
solely to microprocessor-related data transfer. 



Another group of signal lines, called the Address Bus, 
are responsible for selecting or "addressing" the memory 
location or device that the Microprocessor wants to com- 
municate with. Typically, depending on the instruction 
being executed, the processor places an address on the 
Address Bus to identify the location the Microprocessor 
must communicate with. This address, along with some 
enabling logic, opens up an appropriate data path between 
the processor and the device or memory location via the 
Data Bus; and data is either read from or written to that 
location by the processor. 



While executing the control program, the Microproces- 
sor retrieves previously stored calibration constants and 
front-panel settings and, as necessary places program- 
generated data in temporary storage for later use. The 
battery backed up RAM provides these storage functions. 



When power is applied to the instrument, a brief initiali- 
zation sequence is performed, and then the processor 
begins scanning the front-panel controls. The switch set- 
tings detected and the retrieved front-panel data from the 
battery backed up RAM causes the processor to set vari- 
ous control registers and control voltages within the instru- 
ment that define the operating mode of the instrument. 
These register settings and voltage levels control the verti- 
cal channel selection and deflection factors, the sweep 
rate, the triggering parameters, the readout activity, and 
sequencing of the display. Loading the control data into 
the various registers throughout the instrument is done 
using a common serial data line (CD). Individual control 
clock signals (CC) determine which register is loaded from 
the common data line. 



Coordination of the vertical, horizontal, and Z-Axis 
(intensity) components of the display must be done in real 
time. Due to the speed of these display changes and the 
precise timing relationships that must be maintained 
between display events, direct sequencing of the display is 
beyond the capabilities of the processor control. Instead, 
control data from the processor is sent to the Display 
Sequencer (a specialized Integrated circuit) which responds 



by setting up the various signals that control the stages 
handling real-time display signals. The controlled stages 
are stepped through a predefined sequence that is deter- 
mined by the control data. Typically, as the sequence is 
being executed, the Display Sequencer will be changing 
vertical signal sources, Z-Axis intensity levels, triggering 
sources, and horizontal sweep signal sources. The specific 
activities being carried out by the Display Sequencer 
depend on the display mode called for by the control data. 



Vertical deflection for crt displays comes from one or 
more of the four front-panel vertical inputs and, when 
displaying readout information, from the Readout circuitry. 
Signals applied to the front-panel Channel 1 and Channel 
2 inputs are connected to their respective Preamplifiers via 
processor-controlled Attenuator networks. Control data 
from the Microprocessor defining the attenuation factor for 
each channel is serially loaded into the Auxiliary Control 
Register and then strobed into the Attenuator Mag-Latch 
Relays in parallel. The relay switches of each Attenuator 
network are either opened or closed, depending on the 
data supplied to the Mag-Latch Relay Drivers. The relays 
are magnetically latched and remain as set until new con- 
trol data is strobed in. The Auxiliary Control Register is 
therefore available, and different mode data is clocked into 
the register to set up other portions of the instrument. 



Attenuated Channel 1 and Channel 2 input signals are 
amplified by their respective Preamplifiers. The gain factor 
for the Channel 1 and Channel 2 Preamplifiers is settable 
by control data from the processor. The Channel 3 and 
Channel 4 input signals are amplified by their respective 
Preamplifiers by either of two gain factors set by control 
bits from the Auxiliary Control Register. All four of these 
preamplified signals are applied to the Vertical Channel 
Switch where they are selected by the Display Sequencer 
for display when required. 



Each of the vertical signals is also applied to the A and 
B Trigger circuitry via trigger pickoff outputs from the 
Preamplifier stages. Any one of the signals may be 
selected as the trigger SOURCE for either the A or the B 
Trigger circuitry as directed by the Display Sequencer. The 
line trigger signal provides an added trigger source for A 
Sweeps only. Control data from the Microprocessor is 
written to the Trigger circuitry to define the triggering 
LEVEL, SLOPE, and COUPLING criteria. When the 
selected trigger signal meets these requirements, a sweep 
can be initiated. The Trigger circuit initiates both the A 
Sweep and the B Sweep as required by the display mode 
selected. 



In the case of A Sweeps, the LO state of the THO 
(trigger holdoff) signal from the Display Sequencer enables 
the A Sweep circuit and the next A trigger initiates the 
sweep. For B sweeps, and in the case of intensified 
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sweeps, the A Sweep delay gate signal (DG) enables the 
B Sweep circuit. Depending on the B trigger mode 
selected, a B Sweep will be initiated either immediately 
(RUN AFT DLY) or on the next B trigger signal (TRIG AFT 
DLY). The slope of the sweep ramp is dependent on 
Microprocessor-generated control data loaded into the 
internal control register of the A and B Sweep circuit 
hybrids. 



Sweep signals generated by each of the Sweep hybrids 
are applied to the Horizontal Amplifier. The Horizontal 
Amplifier is directed by the Display Sequencer to select 
one of the sweep ramps for amplification in sequence. In 
the case of Readout and X-Y displays, the X-Readout and 
CH 1 input signals are selected to be amplified, also under 
direction of the Display Sequencer. 



To control the display intensity, the Display Sequencer 
directs the Z-Axis circuit to unblank the display at the 
appropriate time for the sweeps and readout displays. 
When the display is unblanked, the Display Sequencer 



selects the display intensity for either waveform displays 
or for readout displays by switching control of the Z-Axis 
beam current between the front-panel INTENSITY and 
READOUT INTENSITY potentiometers as appropriate. 

During readout displays, the vertical dot-position signal 
from the Readout circuitry is applied to the Vertical 
Amplifier via the Vertical Channel Switch. Horizontal dot- 
position deflection for the readout display is selected by 
internal switching in the Horizontal Amplifier. 



The vertical, horizontal, and Z-Axis signals are applied 
to their respective amplifiers where they are raised to crt- 
drive levels. The output signals from the Vertical and Hor- 
izontal Amplifiers are applied directly to the crt deflection 
plates. The Z-Axis Amplifier output signal requires interfac- 
ing to the high-potential crt environment before application 
to the crt control grid. The necessary Z-Axis interfacing is 
provided by the DC Restorer circuit located on the High- 
Voltage circuit board. The resulting display may be of 
waveforms, alphanumeric readout, or a combination of 
both. 



DETAILED CIRCUIT DESCRIPTION 



INTRODUCTION 



The following discussion provides detailed information 
concerning the electrical operation and circuit relationships 
of the instrument. Circuitry unique to the instrument is 
described in detail, while circuits common in the electronics 
industry are not. The descriptions are accompanied by 
supporting illustrations and tables. Diagrams identified in 
the text, on which associated circuitry is shown, are 
located at the rear of this manual in the tabbed foldout 
pages. 



PROCESSOR AND DIGITAL CONTROL 



The Processor and Digital Control circuitry (diagram 1) 
directs the operation of most oscilloscope functions by fol- 
lowing firmware control instructions stored in memory. 
These instructions direct the Microprocessor to monitor 
the front-panel controls and to send control signals that 
set up the various signal processing circuits accordingly. 



Microprocessor 

The Microprocessor (U2140) is the center of control 
activities. It has an eight-bit, bidirectional data bus for data 



display transfer (DO through D7) and a 16-bit address bus 
(AO through A1 5) for selecting the source or destination of 
the data. Precise timing of instruction execution, address- 
ing, and data transfer is provided by an external, crystal- 
controlled clock signal. 

The clock signal is developed by the Microprocessor 
Clock stage and applied to the Microprocessor at pin 39. 
Using the external clock as a reference, the Microproces- 
sor generates synchronized control output signals, R/W 
(read-write), E (enable), and VMA (valid memory address) 
that maintain proper timing relationships throughout the 
instrument. 



Microprocessor Clock 

The Microprocessor Clock stage generates a 5-MHz 
square-wave clock signal to the Microprocessor and a 10- 
MHz clock signal to portions of the Readout circuitry. 
Inverter U2540A acts as an oscillator with crystal Y2540 
providing feedback at the resonant frequency. The 
required phase shift for oscillation to occur is produced by 
C2550, C2551 , R2545, and the crystal. The RC network 
composed of R2543, C2640, R2541, and R2542 biases 
input pin 1 of U2540A in the active region and establishes 
approximate symmetry of the oscillator output. The signal 
is buffered and inverted by U2540B to provide the 10-MHz 
clock signal. 
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Flip-flop U2440A is a divide-by-two circuit that reduces 
the 10-MHz clock down to a 5-MHz square-wave signal 
used to clock the Microprocessor and the Display 
Sequencer. The 10-MHz clock is supplied to the Readout 
Board for dot timing and is also available for use with 
option circuitry. 



Reset Control 

The Reset Control circuitry ensures that, at power up, 
the Microprocessor begins program execution from a 
known point in memory and with all the processor regis- 
ters in known states. It also allows the processor to reset 
itself when power is turned off so that the instrument 
powers down in a known state. 



POWER UP SEQUENCE. Reset generator U2240 
generates the power-up reset. As power is applied to the 
instrument U2240 tests the voltage at U2240 pin 7. The 
reset generator forces U 2240 pi n 5 LO, and the LO is 
applied to the processor RESET input (pin 40). After the 
SENSE input reaches its nominal voltage level, the reset 
condition continues to allow the microprocessor system 
time to reset. The reset continues for the time determined 
by C2350. The effect of power supply transients is 
reduced by C2240. After the suplies reach their nominal 
level and the delay period ends U2240 pin 5 goes HI. The 
RESET signal to the processor then goes HI to enable 
normal execution to begin, and the processor is directed to 
the starting address of the power-up routine, which it then 
performs. 

POWER DOWN SEQUENCE. When the instrument 
power switch is turned off, the PWR UP signal from J251 
pin 12 immediately goes LO. This LO generates the NMI 
(non-maskable interrupt) request to the processor on pin 6 
which causes the processor to branch to the power-down 
routine. Under direction of that routine, the processor 
begins shutting down the instrument in an orderly fashion 
before the power supply outputs can drop below the 
operating thresholds. This routine disconnects the CH1 
and CH2 50-12 input terminations to protect them from 
accidental application of excessive voltage during storage 
or bench handling. 

As the operating voltages are falling, the Reset circuitry 
must not generate a false RESET signal to the processor. 
Such a restart when the power supply voltages are out- 
side their normal operating range would produce 
unpredictable processor operation that could alter the con- 
tents of the battery backed up RAM. When the processor 
has completed all the other power-down tasks, it finally 
sets the PWR DOWN signal HI via U2310 (diagram 2). 
This signal is applied to inverter U2650C at pin 11. Pin 9 
of U2650C goes LO and immediately pulls pin 2 of Reset 
Generator U2240 LO to prevent a reset to the processor. 



Reset Gen erator U2240 immediately switches s tate to 
assert the RESET signal to the processor. The RESET 
signal is held LO until the power supplies have fully 
discharged. 



For diagnostic purposes, the PWR DOWN reset signal 
can be disabled. Moving jumper P503 to the DIAG (diag- 
nostic) position keeps U2240 pin 2 HI. The RESET signal 
is therefore held HI, and the processor can execute a 
free-running NOP (no operation) loop without interruption if 
the PWR DOWN bit is set HI while the Address Bus is 
incrementing. 



Data Bus 

Tri-state buffer U2350 is used to buffer the data signals 
to the Microprocessor from other devices on the bus. 
When not enabled, the device is switched to isolate the 
processor from the buffered Data Bus. Buffer U2350 is 
enabled via the Read-Write Latch U2440B when the pro- 
cessor reads data from another device on the bus. 



When the processor writes data onto the bus, Octal 
Latch U2450 is enabled by the Read-Write Latch U2440B. 
When the E (enable) signal at pin 11 of U2450 is HI, pro- 
cessor data bits are passed asynchronously through the 
latch to the buffered data bus. When the E signal goes LO, 
data bits meeting setup times are latched into the device. 
The latched Q outputs provide the required drive current 
to the various devices on the bus and ensure that data 
hold times are met for correct data transfer. When the 
Read- Write Latch places a HI on pin 1 of U2450, latch 
U2450 is disabled, and the outputs are switched to their 
high-impedance state. 



Data transfers to and from the processor may be inter- 
rupted by removing Diag/Norm Jumper P503. This forces a 
NOP (no operation) condition that is useful for verifying the 
functionality of the processor (when a data-bus device is 
suspected of causing a system failure) or for troubleshoot- 
ing the Address Bus and Address Decode circuitry. 
Removing the jumper removes the operating power from 
both U2350 and U2450 to disconnect the Microprocessor 
from the buffered Data Bus. With the Data Bus discon- 
nected, a resistor network pulls the processor Data Bus 
lines (DO through D7) to a NOP (no operation) instruction. 
A NOP causes the Microprocessor to continuously incre- 
ment through its address field. The Address Decode cir- 
cuitry may then be checked to determine if it is operating 
properly. 



Address Decode 

The Address Decode circuitry generates enabling sig- 
nals and strobes that allow the Microprocessor to control 
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the various devices and circuit functions. The controlling 
signals are generated as a result of the Microprocessor 
placing specific addresses on the Address Bus. Figure 3-2 
illustrates the enables and strobes generated by the 
Address Decode circuitry. 
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bit A15 HI) select one of two read-only memories (ROM), 
U2160, or U2260. When the VMA (Valid Memory Address) 
and E (Enable) outputs from the Microprocessor go HI, the 
selected ROM is enabled, and the data from the selected 
address location is read from the ROM. 



Address decoding is performed by a programable array 
logic device, a three-line-to-eight-line decoder, and a four- 
line-to-sixteen-line decoder attached to the Address Bus. 
The five most significant address bits are decoded by 
U2250. This device initially separates the total 
addressable-memory space (64K-bytes) into thirty-two, 
2K-byte blocks. Addresses in the top 32K-byt.es (address 



The programmable array logic device also generates 
the OE and WE signals to the random-access memory 
(RAM). This RAM can be accessed with addresses 8000 
to 9FFF if either PBO, PB1, or PB2 signals are HI. In thr 
mode ROMS, U2160 and U2260 are not accessible in this 
address range. 



HEX 
ADDRESS 



0000 
07FF 

0800 
0FFF 

1000 
7FFF 

8000 
FFFF 



DECODED BY HEX 
U2250 ADDRESS 


RAM-U2460 


^ - 0800 
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0B40 
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0BBF 
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\ 08FF 
\ 0900 
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\ 097F 


R0MS-U2160 
AND U2260 
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09FF 

0A00 
0BFF 
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\ ODFF 

v 0E00 
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DMUX2 OFF 



DAC MSB CLK (087F) 



DAC LSB CLK (0880) 
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FURTHER ADDRESS 
DECODING (U2660) 



OVERLAY OF 
0800-09FF 



OVERLAY OF 
0800-09FF 



OVERLAY OF 
0800-09FF 
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i 
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/ 



09C1 
09C2 
09C3 
09C4 
09C5 
09C6 
09C7 
09C8 
09C9 
09CA 
09CB 
09CC 
09CD 
09CE 
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09D0 
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\ 09EF 
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DECODED BY 
U2660 



DMUX2 ON 



DMUXO OFF 



DMUXO ON 



PORT 3 IN 



DMUX1 OFF 



DMUX1 ON 
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ATN CLK 



CH 2 PA CLK 
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B SWP CLK 



A SWP CLK 



B TRIG CLK 



A TRIG CLK 



TRIG STAT STRB 



OVERLAY OF 09C0-09CF 



OVERLAY OF 09C0-09CF 



OVERLAY OF 09C0-09CF 



6019-09 



Figure 3-2. Address decoding. 
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Of the bottom 32K-bytes of addresses, only the lowest 
4K-bytes are further decoded. Addresses in the lowest 
2K-byte block of addresses will cause U2250 to generate 
an enable signal to the RAM, U2460. Addresses in the 
next 2K-byte block of addresses will enable U2550 to do 
the next stage of address decoding. 



The level of decoding performed by U2550 uses 
address bits A6, A7, and A8 to separate the addresses 
within the 2K-byte block of addresses 0800 thru OFFF into 
32 groups of 64 addresses. Address bits A9 and A10 are 
not used in the decoding scheme, so each of these 32 
blocks is not uniquely identified. This results in four dupli- 
cate sections within the address block, each consisting of 
eight groups of 64 addresses. The upper three sections in 
the address space are never used; therefore, decoding by 
U2550 may be more simply thought of as eight groups of 
64 address locations. Addresses within these eight 
groups generate control signals to other portions of the 
instrument. 



The final level of address decoding is done by four-line- 
to-sixteen-line decoder U2660. When enabled by the Y7 
output of U2550, this decoder separates the highest 64- 
address group decoded by U2550 into 16 individual control 
signals. In this level of decoding, address bits A4 and A5 
are not decoded, so that the 64 possible addresses 
consist of four overlayed blocks of 16 addresses each. 



Each of the control signals generated by the Address 
Decode circuitry are present only as long as the specific 
address defining that signal is present on the Address 
Bus. However, one of the addressable control signals 
decoded by U2550 and five of the addressable control sig- 
nals decoded by U2660 are used to either set or reset 
flip-flops U2650A, U2650B, and U2650D. The control sig- 
nals are, in effect, latched and remain present to enable 
multiplexers U2521, U2530, (diagram 2) and U170 
(diagram 4). When enabled, these multiplexers route ana- 
log control signals from DAC (digital-to-analog converter) 
U2101 (diagram 2) to the various analog control circuits. 

Read-only Memory (ROM) 

The Read-only Memory consists of one, 128K-byte 
ROM or two, 64K-byte ROMs that contain operating 
instructions (firmware) used to control processor (and thus 
oscilloscope) operation. Addresses from the Microproces- 
sor that fall within the top 32K-bytes of addressable space 
cause one of the two read-only memory integrated circuits 
to be enabled. (See Address Decode description.) Instruc- 
tions are read out of the enabled ROM (or PROM) IC from 
the address location present on its 16 address input pin 
(AO through A14, Page Select). The eight-bit data byte 
from the addressed locations is placed onto the Buffered 



Data bus (BDO through BD7) to be read by the Micropro- 
cessor. 



Random-Access Memory (RAM) 

The RAM consists of integrated circuit U2460 and pro- 
vides the Microprocessor with 8K-bytes of battery backed 
up temporary storage space for data that is developed 
during the execution of a routine. The RAM is enabled 
whenever an address in the lowest 2K-byte of addresses 
is placed on the Address Bus or whenever an address of 
8000 thru 9FFF is placed on the Address bus with either 
PB0, PB1, or PB2 set HI. When writing into the RAM, the 
write-enable signal (WE) on pin 27 of U2460 is set LO 
along with the chip enable (CE1) signal on pin 20. At the 
same time, the output-enable (OE) on pin 22 is HI to dis- 
able the RAM output drivers. Data is then written to the 
location addressed by the Microprocessor. If data is to be 
read from the RAM, the WE signal is set HI to place the 
RAM in the read mode, and the OE signal is set LO to 
enable the output drivers. This places the data from the 
addressed location on the buffered Data Bus where it can 
be read by the Microprocessor. 

The RAM also provides non-volatile storage for the 
calibration constants and the power-down front-panel set- 
tings. When power is applied to the instrument, the 
Microprocessor reads the calibration constants and gen- 
erates control voltages to set up the analog circuitry. The 
front-panel settings that were present at power-off are 
recalled and the instrument is set to the operating mode 
previous power off. 



Battery Circuitry 

The Battery circuit composed of BT2570, R2770, 
CR2770, CR2370, CR2371, and C2470 provides the 
standby voltage necessary to maintain the contents of the 
CMOS RAM (U2460). The circuit composed of R2530, 
U2620C, R2504, and R2506 provides the microprocessor 
a means of monitoring the battery voltage to detect when 
the battery needs to be replaced. 



Timing Logic 

The Timing Logic circuit composed of U2440B, and 
U2540F generates time- and mode-dependent signals from 
control signals output from the Microprocessor. The 
enable (E) signal output from the Microprocessor is a 1 .25 
MHz square wave used to synchronize oscilloscope func- 
tions to processor timing. 
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Data applied to the Address Bus, Data Bus, and vari- 
ous control signals are allowed to settle (become valid) 
before any of the addressed devices are enabled. This is 
accomplished by switching the E signal HI a short time 
after each processor cycle begins. Inverter U2540F inverts 
the polarity of the delayed enable signal and enables the 
Address Decode stage only after the address bus has set- 
tled. 

Read-Write Latch U2440B _is used to delay the 
processor's read/write signal (R/W) from the Microproces- 
sor to meet hold-time requirements of the RAM. At the 
same time, it generates delayed read and write enabling 
signals of both polarities to meet the requirements of 
Buffer U2350 and Latch U2450 (in the Microprocessor 
Data Bus) and various other devices in the Readout cir- 
cuitry (diagram 7). 

When R/W goes LO for a write cycle, Read-Write Latch 
U2440B is reset, and Q output (pin 9) is held LO, Latch 
U2450 is in its transparent state at this time, and data 
from the Microprocessor is applied asynchronously to the 
buffered Data Bus. At the end of the write cycle, the R/W 
signal goes HI, and the reset to U2440B is removed. The 
E signal also goes through a negative transition, and data 
on the Microprocessor data bus lines is latched into 
U2450. The next positive transition of the 1.25-MHz E sig- 
nal (1/2 E cycle after the R/W signal goes HI) clocks the HI 
level_at U2440B pin 12 (the D input) to the Q output, and 
the Q output (pin 8J_goes LO. The 1/2 E cycle delay 
between the time R/W goes HI and the time that the Q 
output of U2440B goes HI keeps Latch U2450 outputs on 
long enough to meet the data hold time for the RAM. At 
the end of that delay time, pin 1 of U2450 goes HI, and 
the Latch outputs are switched to the high-impedance 
state to isolate it from the buffered Data Bus. 

READOUT FRAMING AND INTERRUPT TIMING. Binary 
counter U2640 is used to generate a readout-framing 
clock to the Readout circuitry and a real-time interrupt 
request to the Microprocessor via inverter U2540E. The 
readout-framing clock is a regular square-wave signal 
obtained from U2640 pin 12, 14 or 15 by dividing the 
1.25-MHz E signal by 512 (2 9 ), 1024 (2 10 ), or 2048 (2 11 ). 
This clock tells the readout circuitry to load the next block 
(subframe) of readout information to be displayed. Pin 12 
is for a reduced interfere mode for TV applications, pin 1 4 
is used for retrofitability into older 2 line instruments, and 
pin 15 is for newer 4 line readout instruments. (See 
"Readout" description for further information concerning 
alphanumeric display.) The real-time interrupt request, 
which occurs every 3.3 ms, is obtained from pin 2 by 
dividing the E signal by 8192 (2 13 ). 

When the real-time request occurs, IRQ (pin 4 of 
U2140) goes LO, and the processor breaks from execution 
of its mainline program. The Microprocessor first resets 
Binary Counter U2640 by setting pin 19 of U2301 (diagram 
2) HI (to generate the reset), then it resets pin 19 LO to 
allow the counter to start again. At this time, the Micropro- 



cessor sets analog control voltages and reads trigger 
status from the Display Sequencer (diagram 5). When this 
is completed, it reverts back to the mainline program. 



In addition to the analog control and trigger status 
update that occurs with each interrupt, on every fifth inter- 
rupt cycle, the Microprocessor also scans the front-panel 
potentiometers. Every tenth interrupt cycle, scanning the 
front-panel switches and checking the 50-fl DC inputs for 
overloads is added to the previously mentioned tasks. If all 
the tasks are not completed at the end of one interrupt 
cycle, the real-time interrupt request restarts the analog 
updates, but as soon as those are accomplished, the 
Microprocessor will pick up with its additional tasks where 
it was before the interrupt occurred. This continues until all 
tasks are completed. If any pot or switch changes are 
detected, the Microprocessor updates the analog control 
voltages and the control register data to reflect those 
changes prior to reverting back to the mainline program 
instructions. 



FRONT-PANEL SCANNING and 
ANALOG CONTROLS 



The Analog Control circuitry (diagram 2), under 
Microprocessor control, reads the front-panel controls and 
sets various analog control voltages to reflect these front- 
panel settings. The calibration constants determined during 
instrument calibration and the last "stable" front-panel 
setup conditions are stored in battery backed up RAM. At 
power-on the stored front panel information is used to 
return the instrument to its previous state. 



Hardware I/O 

Data transfer from the Analog Control circuitry to the 
Microprocessor is via Status Buffer U2220. Data bits 
applied to the input pins are buffered onto the Data Bus 
when enabled by the Address Decode circuitry. Via the 
Status Buffer, the processor is able to (1) determine the 
settings of front- and rear-panel pots and switches, (2) 
determine instrument type (2465B or 2467B), (3) determine 
if a triggered sweep is in progress, and (4) read the con- 
tents of the Readout RAM. When disabled, the buffer out- 
puts are switched to high impedance states to isolate 
them from the buffered Data Bus. 



Data transfer from the Microprocessor to the Analog 
Control circuitry is via registers U2210 and U2310. Via 
register U2210, the Microprocessor is able to select the 
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pot-scanning multiplexers, turn the trigger LED on and off, 
and control other hardware via serial control data and the 
attenuator strobe. Via register U2310, the processor con- 
trols pot selection, ROM addressing, and power down tim- 
ing. 



Front-Panel Switch Scanning 

The Front-Panel Switches are arranged in a matrix of 
ten rows and five columns. Most of the row-column inter- 
sections contain a switch. When a switch is closed, one of 
the row lines is connected to one of the column lines 
through a diode. Reading of the switches is accomplished 
by setting a single row line LO and then checking each of 
the five column lines sequentially to determine if a LO is 
present (signifying that a switch is closed). After each of 
the five columns have been checked, the current row line 
is reset HI and the next row line is set LO for the next 
column scan cycle. A complete Front-Panel scan consists 
of all ten row lines LO in sequence and performing a five- 
column scan for each of the rows. 



Row lines are set LO when the microprocessor writes a 
LO to one of the flip-flops in octal registers U2301 or 
U2201 . The row data placed on the buffered Data Bus by 
the Microprocessor is clocked into the registers as two, 
eight-bit words by clocks from the Address Decode cir- 
cuitry (DAC LSB CLK for the lower eight bits and DAC 
MSB CLK for the upper eight bits). All eight outputs of 
register U2201 and two outputs of U2301 drive the ten 
rows of the front-panel switch matrix (the fifth line of the 
matrix is not used). Series resistors in the lines limit 
current flow and eliminate noise problems associated with 
excessive current flow. 



While each row is selected, the processor will scan 
each of the five column lines in sequence. To scan the 
columns, the processor increments three data select bits 
from U2301 that define the column to be checked. Eight- 
line data selector U2410 connects the associated column 
line to Status Buffer U2220. As each line is selected, the 
Microprocessor reads the Status Buffer to determine if the 
associated switch is open or closed. 



In addition to the front-panel switches, the CAL/NO 
CAL jumper (P501) is checked to determine whether the 
instrument should be allowed to execute the calibration 
routines. The levels on U2410 pin 7 and 9 are read by 
scanning two additional columns at power-up. If the 
jumper is pulling the CAL bit LO, the operator will be 
allowed to use the calibration routines stored in firmware. 
If the NO CAL bit is pulled LO, the calibration routines may 
not be performed. If the jumper is removed, and neither bit 
is pulled LO, the Microprocessor is forced into a special 



diagnostic mode (CYCLE) used to record certain operating 
failures during long-term testing of the instrument. (See 
the "Maintenance" section for an explanation of the diag- 
nostic modes.) Removing P501 or switching it between the 
CAL and NO CAL positions will not be recognized by the 
Microprocessor until the instrument is powered down and 
then turned back on. 



The resistors in series with the input lines to U2410 are 
current-limiting resistors that protect the CMOS eight-line 
data selector from static discharges. The resistors con- 
nected from the input lines to the +5 V supply are pull-up 
resistors for the front-panel column lines. 



Digital-to-Analog Converter (DAC) 

DAC U2101 is used to set the various analog refer- 
ences in the instrument and is used to determine the set- 
tings of the front panel potentiometer. The 12-bit digital 
values to be converted are written to octal registers U2301 
and U2201 for application to the DAC input pins. The DAC 
then outputs two complementary analog currents that are 
proportional to the digital input data. (Complementary, in 
this case, means that the sum of the two output currents 
is always equal to a fixed value.) 



The maximum range of the output currents is estab- 
lished by a voltage-divider network composed of R2010, 
R2012, R2013, and R2011 conected to the positive and 
negative reference current inputs of the DAC (pins 14 and 
15 respectively). A +10-V reference voltage applied to the 
DAC through R2013 sets the basic reference current. 
Resistor R2011 and potentiometer R2010 provide a means 
to adjust this current over a small range for calibration 
purposes. The nominal reference current is 1 mA, the DAC 
full-scale output current is 4 mA. The output currents flow 
through series resistors R2520 and R2521, connected to 
the + 1 .36-V reference, and proportional voltages result. 



Pot Scanning 

The Pot Scanning circuitry, in conjunction with the 
DAC, derives digital values for each of the various front- 
panel potentiometers. Scanning of the pots is accom- 
plished by data selectors U2401, U2501, and U2601. 
Three bits are written to register U231 and select the pot 
to be read. The bits are latched in the register and keep 
the pot selected until the register is reset. The Micropro- 
cessor writes a LO to the inhibit input pin (pin 6) of either 
U2401, U2501 or U2601 via register U2210 to enable the 
device. The enabled data selector connects the analog 
voltage at the wiper of the selected pot to comparator 
U2510. 
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Comparator U2510 compares the analog voltage of 
each pot to the output voltage from the DAC (pin 18). To 
determine the potentiometer output voltage, the processor 
performs a binary search routine that changes the output 
voltage from the DAC in an orderly fashion until it most 
closely approximates the voltage from the pot. 



The conversion algorithm is similar to successive 
approximation and generates an eight-bit representation of 
the analog level. When the pot's value is determined, the 
Microprocessor stores that value in memory. Once all of 
the pots have been read and the initial value of each has 
been stored, the processor uses a shorter routine to deter- 
mine if any pot setting changes. To do this the DAC out- 
put is set to the last known value of the pot (plus and 
minus a small drift value), and the status bit is read to see 
that a HI and LO occurs. If within the limits, the processor 
assumes that the pot setting has not changed and scans 
the next pot. When the processor detects that a pot set- 
ting has changed, it does another binary search routine to 
find the new value of that pot. 



Analog Control 

The operating mode and status of the instrument 
requires that various analog voltages (for controlling instru- 
ment functions) be set and updated. The digital values of 
the controlling voltages are generated by the Microproces- 
sor and converted by the DAC. Analog multiplexers U2521 
and U2530 (on diagram 2) and U170 (on diagram 4) route 
the DAC voltages to sample-and-hold circuits that maintain 
the control voltages between updates. 



The Microprocessor writes three selection bits to regis- 
ter U2301 that directs the DAC output to the appropriate 
sample-and-hold circuit and charges a capacitor (or capac- 
itors) to the level of the DAC. When the processor discon- 
nects the DAC voltage from the sample-and-hold circuit 
(by disabling the multiplexer) the capacitor(s) remains 
charged and holds the control voltage near the level set by 
the DAC. Due to the extremely high input impedance of 
the associated operational amplifiers, the charge on the 
capacitor(s) remains nearly constant between updates. 



FRONT-PANEL CONTROLS 



The Front Panel is the operator's interface for control- 
ling the user-selectable oscilloscope functions. Along with 
the crt, it provides visual feedback to the user about the 
present operating state of the instrument. 
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Most of the Front-Panel controls (diagram 3) are "cold" 
controls; i.e., they are not connected directly into the sig- 
nal path. Therefore, associated circuits are not influenced 
by the physical parameters (such as capacitance, resis- 
tance, and inductance) of the controls. In addition, 
translating the analog output levels of most of the poten- 
tiometers to digital equivalents allows the processor to 
handle the data in ways that result in a variety of 
enhanced control features. 



To maintain the front-panel operating setup between 
uses of the instrument, the digitized values of the poten- 
tiometers and front-panel switch settings are stored in bat- 
tery backed up RAM so that when the instrument power is 
turned off, these control settings are not lost. Then, when 
power is next applied, the instrument will power up to the 
same configuration as when the power was last removed 
(assuming the settings of the non-digitized pots and 
switches remain the same). 



The Front-Panel Controls also allow the user to initiate 
and direct the diagnostic routines (and when enabled, the 
calibration routines) programmed into the read-only 
memory (ROM). These routines are explained in the 
Maintenance section of this manual. 



Front-Panel Switches 

The Front Panel Switches are arranged in a ten-row- 
by-five-column matrix, with each switch assigned a unique 
location within the matrix (see Figure 3-3). A closed switch 
connects a row and a column together through an isolat- 
ing diode. To detect a switch closure, the switch matrix is 
scanned once every 32 ms (every tenth Microprocessor 
interrupt cycle). When scanning, the Microprocessor 
sequentially sets each individual row line LO. A closed 
switch enables the LO to be passed through the associ- 
ated diode to a column line. When the processor checks 
each of the five column lines associated with the selected 
row, the LO column is detected. The intersection of the 
selected row and the detected column uniquely identifies 
the switch that is closed. Further information about switch 
scanning is found in the "Front-Panel Scanning" descrip- 
tion located in the "Analog Control" discussion. 

As each switch is read, the processor compares the 
present state of the switch to its last-known state (stored 
in memory) and, if the same, advances to check the next 
switch. When a switch is detected as having changed, the 
processor immediately reconfigures the setup conditions to 
reflect the mode change and stores the new state of the 
switch in memory. The detected status of the switch on 
each of the following scan cycles is then compared against 
the new stored data to determine if the switch changes 
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again. The 32-ms delay between the time a switch is 
detected as having changed and the next time it is read 
effectively eliminates the effects of switching noise (switch 
bounce) that may occur after the switch is actuated. 



Front-Panel Pots 

The thirteen Front-Panel Potentiometers, READOUT 
INTENSITY, and INTENSITY are "cold" controls that con- 
trol the linear functions of the instrument. (SCALE ILLUM 
and FOCUS are not considered part of the Front-Panel 
Control circuitry for the purposes of this description.) All 
are digitized and control their functions indirectly. Data 
Selectors U2401, U2501, and U2601 in the Analog Control 
circuitry (diagram 2) route the wiper arm voltage of the pot 



being read to comparator U2510 where it is compared 
with the output of DAC U2101. The processor changes 
the DAC output until it most closely matches the output 
voltage of the pot, then stores the digital value of the 
"match". See the "Pot Scanning" description in the "Ana- 
log Control" discussion for further information on the read- 
ing of pot values. 

Like the switch matrix scanning, the Front-Panel pot 
scanning routine is performed every 16 ms. When entered, 
the routine reads the settings of the "last-moved" pot and 
one "unmoved" pot. Each succeeding scan continues to 
read the last-moved pot in addition to a new unmoved pot. 
In this way, each pot is monitored, but most of the scan 
time is devoted to the pot that is still moving (needing con- 
tinuous updating). 
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Figure 3-3. Front-panel switch matrix. 
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As the initial pot settings are determined, a digital 
representation of each value is stored in memory. The pro- 
cessor then checks each pot against its last-known value 
to determine if a pot has moved. If a pot is detected as 
moving, the processor executes a routine that converts 
the movement (displacement from last-set value) into a 
corresponding control voltage. 



When producing the actual analog control levels, the 
processor can manipulate the digital values read for the 
various pots before sending the output data to the DAC. 
This allows many of the oscilloscope parameters to vary in 
an enhanced fashion. The pot data is manipulated by the 
processor in a manner that produces such features as 
variable resolution, continuous rotation, fine-resolution 
backlash, and electrically detented controls. 



With all thirteen Front-Panel Potentiometers, READOUT 
INTENSITY, and INTENSITY controls, the processor reads 
the magnitude and direction of pot rotation and produces 
variable-resolution control voltages. If a pot's direction of 
rotation changes, the magnitude of the change from the 
last-set position remains small, or if it was not the last pot 
moved, a fine-resolution control voltage results. In the 
fine-resolution range, a given rotation displacement will 
cause a small control voltage change. The same displace- 
ment farther away from the last-set reference will cause a 
proportionally larger control voltage change, producing a 
coarse-resolution effect. If the changing pot is the last one 
moved and the direction of rotation remains the same, the 
algorithm continues from where it left off during the 
preceding scan; producing control voltage changes with 
the same increment as it was last using. 



The delta reference controls (A REF OR DLY POS and 
A) are continuous-rotation potentiometers. They each con- 
sist of two pots ganged together with their wiper arms 
electrically oriented at 180° apart. As the wiper of one pot 
is leaving its resistive element, the wiper of the other pot 
comes onto its element. The Microprocessor has the abil- 
ity to watch the output voltage from each wiper and when 
it detects that the controlling wiper is nearing the end of 
its range, it will switch control over to the other wiper. The 
routine the processor uses to watch these pots sets the 
associated control voltage on the basis of relative voltage 
changes (AV) that occur. Switching between the pots to 
change control to the opposite wiper arm is based on 
specific voltage levels being sensed. 



Sensing specific voltage levels is also used when read- 
ing the VOLTS/DIV VAR, SEC/DIV VAR, and HOLDOFF 
controls. These pots have both a mechanical detent and a 
processor-generated electrical detent. As one of these 
controls is moved out of the mechanical detent position, 
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the processor watches the analog voltage changes that 
occur; but the associated control voltage will not change 
until a specific voltage level (the electrical detent level) is 
reached. Once the electrical detent value is exceeded, the 
processor begins to vary the associated control voltage in 
response to further pot rotation. When returning to the 
mechanical position, the electrical detent level is reached 
first, and the variable voltage action is stopped before the 
mechanical detent is entered. 



Front-Panel Status LEDs 

Light-emitting diodes (LEDs) are used to provide visual 
feedback to the operator about the oscilloscope status 
and operating mode by backlighting front-panel nomencla- 
ture. A 48-bit status word, defining the diodes to be 
illuminated, is generated by the processor and then serially 
clocked into the six LED-Status Registers (U3001, U3002, 
U3003, U3004, U3005, and U3006). The registers hold the 
selected diodes on until the next update. Whenever the 
processor detects that a front-panel control has changed 
(and a new status display is required), a new status word 
is generated and applied to pin 1 of U3002. As each of the 
bits is clocked into the Q A position of U3002, the preced- 
ing bit is shifted to the next register position. After 48 bits 
have been clocked into (and 40 bits through) U3002, all six 
LED-Status registers are full and contain the LED illumina- 
tion pattern to be displayed to the user. A LO at any Q 
output of the registers illuminates the corresponding front- 
panel LED. 



The TRIG'D LED is not driven by the LED-Status 
Register. It is driven by the Analog Control circuitry and 
illuminated whenever a triggered sweep is in progress. 



ATTENUATORS AND PREAMPS 



The Attenuators and Preamps circuitry (diagram 4) 
allows the operator to select the vertical deflection factors. 
The Microprocessor reads the Channel VOLTS/DIV 
switches and VOLTS/DIV VAR controls and then digitally 
switches the attenuator and sets the preamplifier gains 
accordingly. 



CHANNEL 1 AND CHANNEL 2 ATTENUATORS 

The Channel 1 and Channel 2 Attenuators are identical 
in operation, with corresponding circuitry in each channel 
performing the same function. Therefore, only the Chan- 
nel 1 circuitry is described. 
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Input signals from the Channel 1 input connector are 
routed through an attenuator network by four pairs of 
magnetic-latch relay contacts. The position of the relays is 
set by Microprocessor data placed into Auxiliary Control 
Register U140. Relay buffer U110 provides the necessary 
drive current to the relays. 



Four input coupling modes (1Mfi AC, GND, 1MQ DC, 
and 50 S2 DC) and three attenuation factors (1X, -=-10, and 
-r-100) may be selected by closing different combinations 
or relay contacts. The three attenuation factors, along with 
the variable gain factors of the Vertical Preamplifier, are 
used together to obtain the crt deflection factors. The 
relays are magnetically latched and once set, remain in 
position until new attenuator-relay-setting data and 
strobes are generated. (See the "Auxiliary Control Regis- 
ter" description for a discussion of the relay-latching pro- 
cedure.) 



The 50 Q termination resistor has a thermal sensor 
associated with it that produces a dc voltage (CH 1 OVL) 
proportional to the input power. Should the input power 
exceed the normal safe-operating level for the 50 Q DC 
input, the termination resistor temperature will exceed the 
normal operating limit and change the output voltage of 
the thermal sensor. The amplitude of this dc level is 
periodically checked via comparator U2510 and DAC 
U2101 (on diagram 2) and allows the Microprocessor to 
detect when an overload condition is present. When an 
overload occurs, the processor switches the input coupling 
to the 1 Mfi position to prevent damage to the attenuator 
and displays 50 fl OVERLOAD on the crt. 



Compensating capacitor C105 is adjusted at the time of 
calibration to normalize input capacitance of the 
preamplifier to the attenuator. 



When the Microprocessor sets the input coupling mode 
and attenuation factors for Channel 1 and Channel 2, a 
series of eight, 16-bit control words are serially clocked 
into shift registers U140 and U150 (eight bits in each regis- 
ter). Each control word is used to set the position of one 
of the eight attenuator and coupling relays (four relays are 
in each attenuator assembly). Each control word will have 
one HI bit. This bit will correspond to the specific relay 
contact to be closed. Relay buffers U110 and U130A (for 
Channel 1) and U120 and U130B (for Channel 2) are Dar- 
lington configurations that invert the polarities of all bits. 
This results in a LO being applied to only the coil lead 
associated with the contact to be closed; all other coil 
leads are held HI. 



To set a relay once the control word is loaded, the 
Microprocessor generates a ATTN STRB (attenuator 
strobe) to U130G pin 7 via R129 and C130. The strobe 
pulses the output of U130G LO for a short time. This out- 
put pulse attempts to turn on both Q130 and Q131 (relay 
drivers) via their identical base-bias networks. Due to the 
lower level from the turned on Darlington relay buffer (cou- 
pled through the associated coil diode and either CR130 or 
CR131 to one of the bias networks), one transistor will 
turn on harder as the ATTN STRB pulse begins to forward 
bias the transistors. The more positive collector voltage of 
the transistor turning on harder is fed through the bias 
diode (again either CR130 or CR131) to further turn off the 
opposite transistor. This action results in one transistor 
being fully on and the other one being fully off. The 
saturated transistor sources current through the two 
stacked relay coils to the LO output of either U140 or 
U150 (current sink) to close the selected contacts. Once 
set, the magnetic-latch feature will hold the relay set to 
this position until opposing data is clocked into the Aux- 
iliary Control Register and strobed into the relay. All coil 
leads for the remaining relays are set HI, and only the 
selected relay will be set. 



A probe-coding ring around the BNC input connector 
passes probe coding information (a resistance to ground) 
to the Analog Control circuitry for detection of probe 
attenuation factors. The readout scale factors are set to 
reflect the detected attenuation factor of the attached 
probe. 



To set the seven remaining Attenuator and coupling 
relays, the sequence just described is repeated seven 
more times. Whenever the Microprocessor determines that 
the attenuation factor or input coupling has changed, the 
entire relay-setting procedure is repeated for all eight 
relays. 



Auxiliary Control Register 

The Auxiliary Control Register allows the Microproces- 
sor to control various mode and range dependent func- 
tions of the instrument. Included in these functions are: 
attenuation factors, input coupling, Channel 3 and Channel 
4 gains, vertical-bandwidth limiting, the X-Y display mode, 
and the state of the measurement PAL. 



After the coupling and attenuator relays have been 
latched into position, the Auxiliary Control Register is free 
to be used for further circuit-controlling tasks. Eight more 
bits of control data are then clocked into U140 either to 
enable or disable the following functions: vertical 
bandwidth limiting (BWL), triggered X-Y mode (TXY), the A 
and B Sweep Delay Comparators (BDCA and BDCA), and 
slow-speed intensity limit (SIL); or to alter the Channel 3 
and Channel 4 gain factors (GA3 and GA4). Four other 
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bits are clocked into register U150: one to produce the 
CTC signal, one to control the scale illumination circuit 
during SGL SEQ display mode, and two (CNTL1 and 
CNTL2) to control the state of the measurement PAL, 
U975. The CTC control bit is used to enable a sweep-start 
linearity circuit in the A Sweep circuitry (diagram 5) on the 
2 ns and 20 ns per division sweeps. 

Analog Control Demultiplexer 

When enabled by the Address Decode circuitry, Analog 
Control Demultiplexer U170 directs the analog levels 
applied to pin 3 from DAC U21 01 (diagram 2) to one of six 
sample-and-hold circuits. In the Preamplifier circuitry, the 
sample-and-hold circuits maintain the VAR gain and DC 
Bal control-voltage levels applied to both the Channel 1 
and Channel 2 Preamplifiers U100 and U200 between 
updates. Two of the Demultiplexers outputs direct analog 
levels to the Holdoff and Channel 2 Delay offset sample- 
and-hold circuits (diagram 5). Routing is determined by the 
three-bit address from register U2301 (diagram 2) applied 
to Demultiplexer U 170 on pins 9, 10, and 11. 



Channel 1 Preamplifier 

Channel 1 Preamplifier U100 converts the single-ended 
input signal from the Channel 1 Attenuator to a differential 
output signal used to drive the Vertical Channel Switch. 
The device produces either amplification or attenuation in 
predefined increments, depending on the control data writ- 
ten to it from the Microprocessor. The preamp also has 
provisions for VAR gain, vertical positioning, and a trigger 
signal pickoff. 



The Channel 1 vertical input signal is applied to pin A of 
Channel 1 Preamplifier U100. Control data from the pro- 
cessor is clocked into the internal control register via pin 
22 (CD) by the clock signal applied to pin 23 ( CC ). The 
data sets the device to have an input-to-output gain ratio 
of 2, 4, or 10, depending on the VOLTS/DIV control set- 
ting. 



Two analog control voltages set by DACs modify the 
differential output signal at pins 9 and 10. The front-panel 
Channel 1 POSITION control supplies a position signal to 
U100 pin 17 (via MUX U2530 and sample-and-hold U2430 
and C2432) that vertically positions the Channel 1 display 
on the CRT. A DC Bal signal is applied to pin 2 of U100 
from MUX U170 via the sample-and-hold circuit composed 
of U160A and C177. This DC BAL signal is a dc offset-null 
level that is determined during the automatic DC Bal pro- 
cedure. The offset value is stored as a calibration constant 
in RAM and is recalled at regular intervals to set the DC 
Bal level, holding the Preamplifier in a dc balanced condi- 
tion. 



The Channel 1 VOLTS/DIV VAR control is monitored by 
the Microprocessor during the front-panel scanning rou- 
tine. When the processor has determined where the 
VOLTS/DIV VAR control is positioned, it causes DAC 
U2101 (diagram 2) to produce a corresponding control 
level and routes it to the VAR gain sample-and-hold circuit 
composed of U160D, C179, and associated components. 
The control voltage at the output of U160D (pin 14) sets 
the variable gain of the Preamplifier. 



A pickoff amplifier internal to U100 conditions the 
trigger signal and provides the proper signal level at pin 1 5 
to drive the A/B Trigger Generator (U500, diagram 5). The 
pickoff point for the trigger signal is prior to the addition of 
the vertical position offset, so the position of the signal on 
the crt has no effect on the trigger operation. However, 
the pickoff point is after the DC Bal and Variable gain sig- 
nals have been added to the signal so both of these func- 
tions will affect trigger operation. 



Common-mode signals are rejected from the trigger sig- 
nal by the circuitry composed of operation amplifier U450B 
and associated components. The inverting input of U450B 
(pin 6) is connected to the common-mode point between 
APO+ (pin 12) and TPO- (pin 15) of U100. Any 
common-mode signals present are inverted and applied to 
a common-mode point between R451 and R453 to cancel 
the signals from the differential output. A filter network 
composed of LR 180 and the built-in circuit board capaci- 
tor (5.6 pF) reduces trigger noise susceptibility. Trigger sig- 
nals for options are obtained from J100. 



The Channel 1 input signal used to provide the horizon- 
tal deflection for the X-Y displays is obtained from U100 
pin 11. The components between pin 1 1 and the Horizon- 
tal Output Amplifier provide phase compensation of the 
signal. During instrument calibration, the delay produced 
by C115, C116, L115, R115, and variable capacitor C118 
is matched to the 78-ns delay of the vertical delay line 
(DL100, diagram 6). 



Channel 2 Preamplifier 

Operation of Channel 2 Preamplifier U200 is nearly 
identical to that of the Channel 1 Preamplifier just 
described. The exceptions are that the output polarity of 
the Channel 2 signal may be either normal or inverted and 
that the signal obtained from the BPO+ output (pin 11) is 
conditioned differently for a different purpose than in the 
Channel 1 Preamplifier circuitry. 
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Inverting the Channel 2 signal for the CH 2 INVERT 
feature is accomplished by biasing on different amplifiers. 
The control data clocked into the internal control register 
from pin 22 sets up the necessary switching. 



Illumination circuitry, redrawn to show U130C through 
130F as Darlington transistor pairs for the purpose of the 
following description. 



The Channel 2 BPO+ signal at U200 pin 11 provides 
an accurate representation of the Channel 2 signal at the 
rear-panel CH 2 OUT connector. 



Channel 3 and Channel 4 Preamplifier 

The functions provided by the Channel 3 and Channel 4 
Preamplifier are similar to those provided by the Channel 1 
and Channel 2 Preamplifiers. The single-ended CH 3 and 
CH 4 input signals are converted to differential signals, 
and vertical gain and vertical positioning are added to the 
output signals. Trigger pickoff signals are generated for 
both channels and are routed to the Trigger hybrid. 



Channel 3 and Channel 4 gains may be either 0.1 volt 
per division or 0.5 volt per division. The logic levels of con- 
trol bits applied to U300 pin 30 (GA3) and pin 31 (GA4) 
from Auxiliary Control Register U140 sets the gain of the 
Channel 3 and Channel 4 preamplifiers respectively. Verti- 
cal positioning of the Channel 3 and Channel 4 signals on 
the crt is controlled by the voltage levels applied to pin 29 
(POS3) and pin 32 (POS4) from the front-panel CH 3 and 
CH 4 POSITION potentiometers (via MUX U2530 and 
sample-and-hold amplifiers U2430C and C2333 and 
U2430D and C2332). 



Dc offsets in the output signal due to any tracking 
differences between the +5-V and the -5-V supply to 
U300 are reduced by the tracking regulator circuit com- 
posed of U165A, Q190, and associated components. 
Operational amplifier U165A and Q190 is configured so 
that the output of voltage at the emitter of Q190 follows 
the -5-V supply applied to R198. This tracking arrange- 
ment ensures that the supply voltages are of equal magni- 
tudes to minimize dc offsets in the output signals. 



Scale Illumination 

The Scale Illumination circuit consists of U130C, 
U130D, U130E, U130F, and associated components. The 
circuit enables the operator to adjust the illumination level 
of the graticule marks on the crt face plate using the 
SCALE ILLUM control. 



Components U130C through U130F, depicted on 
diagram 4 as inverters, are actually Darlington transistor 
pairs. Figure 3-4 is a simplified illustration of the Scale 



Darlington transistors U130D and U130E control the 
current flow to scale-illumination lamps DS100, DS101, 
and DS102. Base drive current for U130D and U130E via 
R133 is set by the front-panel SCALE ILLUM pot R134. 
Voltage at the more negative end of the pot is set by the 
self-biasing configuration of U130F and R135. The voltage 
level established by these two components is two diode 
drops above ground 1 .2 V) so that, at full counterclock- 
wise rotation, the wiper voltage of the SCALE ILLUM pot 
will just match the turn-off point of U130D and U130E. The 
voltage at the other end of the pot is set by the collectors 
of U130D and U130E. As the SCALE ILLUM pot is 
advanced, the base drive to U130D and U130E increases, 
and the voltage on their collectors moves closer to ground 
potential. This increases the current through the scale- 
illumination lamps to make them brighter and produces 
some negative feedback to the base circuit through the 
SCALE ILLUM pot. Negative feedback stabilizes the base 
drive to U130D and U130E to hold the illumination level 
constant at the selected setting of the SCALE ILLUM con- 
trol. 
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Figure 3-4. Scale illumination circuit. 
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During SGL SEQ display mode, the graticule is 
illuminated only once during the sequence for photographic 
purposes. In this mode, a HI is initially written to Auxiliary 
Control Register U150 (bit Q H ). This turns on U130C and 
shunts the base drive current of U130D and U130E to 
ground. At the point in the sequence when the graticule 
should be illuminated, the processor writes a LO to bit Q H , 
and Q130C is turned off. This enables U130D and U130E 
to turn on the lamps to the illumination level set by the 
SCALE ILLUM pot. 



DISPLAY SEQUENCER, 
TRIGGERS, AND SWEEPS 

The Display Sequencer circuitry (diagram 5) controls 
and sequences the "analog-type" oscilloscope functions in 
real time, dependent on control data it receives from the 
Microprocessor. The A/B Trigger circuitry, under control of 
the Display Sequencer, detects when triggering require- 
ments are met and initiates the appropriate sweep. The A 
Sweep and B Sweep circuits generate sweep ramps under 
control of the Display Sequencer when triggered by the 
A/B Trigger circuitry. 



Display Sequencer 

The Display Sequencer consists primarily of integrated 
circuit U650. This IC accepts analog and digital control 
signals from various parts of the instrument and, depend- 
ing on the control data string clocked into its internal con- 
trol register from the Microprocessor, will change control 
signals that it sends to other, signal-handling circuits. 



In the course of developing waveform displays, the 
Display Sequencer selects one or more vertical channels, 
sets the trigger source, and selects the horizontal display 
mode. In most cases, the trigger selection does not 
change after it has been set unless a front-panel trigger 
control is changed. An exception is that in VERT 
TRIGGER MODE, the trigger source tracks the sequenc- 
ing of the vertical channels (unless AUTO LVL MODE, or 
CHOP VERTICAL MODE is also selected). Trigger source 
selection lines are changed only during trigger holdoff time 
between sweeps. 



Fifty-five bits of serial data from the processor defining 
the instrument's operating sequence are applied to the 
Display Sequencer data input, pin 25. The data string is 
clocked into U650 to the internal control register by the 
processor-generated control clock applied to pin 24. The 
data string is organized in several fields, with each field 
defining the operating mode of one specific instrument 
function. 



Display Sequencer U650 controls the various functions 
defined by the data fields by setting the levels of the asso- 
ciated control lines. The functions and controlling signal 
lines for each function are as follows: 



VERTICAL DISPLAY SELECTION. CH 1 , CH 2, CH 3, 

CH 4, ADD , a nd R eadout Y si gnals are selected by the 
VST , VS2 , VS3 , and VS4 control signals. See the 
Vertical Channel Switch description for further information. 

HORIZONTAL DISPLAY SELECTION. A Sweep, B 
Sweep, CH 1 (for X -Y displa ys) and Readout X are 
selected by the HSA and HSB control signals. See the 
Horizontal Output Amplifier description for further 
information. 

TRIGGER SOURCE SELECTION. CH 1, CH 2, CH 3, 

CH 4, ADD, Line, and a sample of the vertical output 
signal (for calibration pur poses on ly) are s electa ble as th e 
Trigge r SOU RCE b y the SROA , SR1A , SR2A , SROB , 
SR1B , and SR2B control lines (pins 28, 27, 29, 32, 31, 
and 30 respectively). See the A/B Trigger description for 
further information. 



TRIGGER HOLDOFF. Sweep recovery time and the 
circuit initialization time required when front-panel controls 
are changed are controlled by the THO (trigger holdoff) 
signal. 

DELTA TIME (At) DELAY SELECTION. DLY REF or 

DLY REF 1 is selected by the DS (delay select) signal. 



TRIGGER and SWEEP ACTIVITY (STATUS). The 

acti vity o f the T ri gger a nd S weep circuits, as indicated by 
the SGA , SGB , TSA , and TSB lines, is reported to the 
Microprocessor via the T SO (trigger status output) line 
when clocked by the TSS (trigger status strobe) signal. 

INTENSITY CONTROL. The readout intensity, display 
intensity, and display intensity compensation are controlled 
by the BRIGHT output level. 



DISPLAY BLANKING. Display blanking for CHOP 
VERTICAL MODE, Readout transitions, and front-panel 
control changes is controlled by the BLANK output. 

READOUT CONTROL. The vertical selection, horizontal 
selection, and intensity controls are all se t to t heir readout 
modes either at the end of an A Sweep ( SGA goes HI) or 
in response to a readout request ( ROR ) from the 
Readout circuitry (diagram 7). While in the readout mode, 
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th e BL ANK control signal is driven by the readout blank 
( ROB ) input signal on pin 5 ( also f rom the Readout 
circuitry). The readout active line ( ROA , pin 6), when set 
LO, tells the Readout circui try th at readout dots may be 
displayed if necessary. The ROA signal is always set LO 
at the start of the trigger holdoff time following sweeps, 
and it is held there until the holdoff time is almost over. 
This allows the majority of holdoff time to be used for 
disp laying readout dots. The Display Sequencer will switch 
the ROA signal back to HI before the end of holdoff so 
that the readout display does not interfere with display of 
the vertical signal at the triggering event. 

TRACE SEPARATION. Vertical separation between the 
A Sweep trace and the B Sweep traces (for alternate 
horizontal sweep displays), and between the reference B 
Sweep trace and the delta B Sweep trace (when delta 
time is selected in B Sweep only mode), is enabled by the 
TS1+TS2 output. 

X10 HORIZONTAL MAGNIFI CATIO N. Horizontal X10 
magnification is controlled by the MAG output. 

CALIBRATOR TIMING. The 5-Hz to 5-MHz drive signal 
to the Calibrator circuitry is provided by the CT output. 

DELAY GATE OPERATION. Analog Switches U850B 
and U850C select the delay references for each sweep. 
Depending on the display mode and point in the display 
sequence, the DS control signal (U650 pin 40) routes one 
of the two analog delay references through U850B and 
U850C to the two sweep hybrids. The selected reference 
level is compared against the changing sweep ramp 
voltages to generate the delay gates that control each 
sweep's functions. 

After an A Sweep has been initiated by a trigger, a 
delay gate circuit within U700 compares the A Sweep 
ramp voltage to the selected delay reference. When the 
sweep ramp reaches the delay reference level, the DG 
(delay gate) output goes LO, enabling the B trigger portion 
of U500 and B Sweep hybrid U900. Then, when B trigger- 
ing occurs (for TRIG AFT DLY mode), the A/B Trigger 
hybrid sets the TGB (trigger gate B) signal LO, initi ating 
the B Sweep. In RUN AFT DLY mode, however, the TGB 
signal to U900 is held LO, and the B Sweep is initiated at 
the end of the A Sweep delay time when the A Sweep 
delay gate goes LO. 



STATUS MONITORING. As the Display Sequencer 
controls the display system in real time, it continually 
monitors the trigger and sweep operations and updates 
the internal trigger status register accordingly. The 
Microprocessor checks the contents of this register every 
3.3 ms to determine the current status of the trigger and 



sweep circuitry. The Microprocessor reads the trigger 
status r egiste r by generating a series of trigger status 
strobe ( TSS ) pulses (U650 pin 19) to serially clock the 
contents of the register out to the TSO (trigger status 
output) line and onto the Data Bus (via Status Buffer 
U2220 on diagram 2). The system status information 
obtained by this check is used for AUTO LVL triggering, 
AUTO free-run triggering, detecting the completion of all 
sweeps in a SGL SEQ display, automatic measurement 
functions, and during instrument calibration. 



INTENSITY CONTROL. The Display Sequencer controls 
the intensity for both sweep and readout displays. The 
analog levels at pins 22 and 23 determine the basic 
intensity level of the displays. Two internally generated 
DAC currents (developed by multiplying the IREF current 
at pin 20 by two processor-generated numbers stored 
internally) are added to the basic intensity level currents to 
produce the display intensity seen on the crt (see Table 3- 
1). The two DAC currents added to the INTENSITY 
current are dependent on sweep speed, number of 
channels being displayed, and whether or not the X10 
MAG feature is in use. These added currents increase crt 
beam current and hold the display intensity somewhat 
constant under the varying display conditions. The 
resulting current is applied to Z-Axis Amplifier U950 
(diagram 6) from the BRIGHT output of the Display 
Sequencer (pin 21). 



To produce the intensified zone on the A Sweep trace 
for A intensified by B Sweep displays, an additional 
current is added to the crt drive sign al by the Z-Axis 
Amplifier during the concurrence of the SGAZ and SGBZ 
(sweep gate A and B z-axis) signals. 



The readout intensity (ROI) level, controlled from the 
front-panel READOUT INTENSITY pot (via MUX U2530 
and sample-and-hold U2630A and C2732). The Micropro- 
cessor increases readout intensity when the pot is rotated 
either direction from center. Minimum readout intensity 
current occurs at the midpoint of the READOUT INTEN- 
SITY pot rotation. The Microprocessor also detects to 
which side of center the READOUT INTENSITY control is 
set. Depending on the status received, the processor sets 
up the Readout circuitry (diagram 7) to display either all of 
the readout information or just the "delta type" readouts. 



Blanking of the crt display during CHOP VERTICAL 
MODE displays or when switching between dot positions 
in the readout displays is controlled by the Display 
Sequencer's BLANK output (pin 3). When the signal is LO, 
the crt z-axis is turned on to the selected intensity level; 
when HI, the crt display is blanked. 
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Table 3-1 
Intensity Control 



Type 
of 


Horizontal 
Selects 


Resulting Current 
at BRIGHT Output 


Display 


HSA 


HSB 




X/Y 


LO 


LO 


Dl (display intensity) only 


A Sweep 


LO 


HI 


Dl + A SWP DAC current 


B Sweep 


HI 


LO 


Dl + B SWP DAC current 


Readout 


HI 


HI 


ROI (readout intensity) only 



REA DOUT CONTROL. The r eadou t request signal 
( ROR ), the r eadou t active signal ( ROA ), and the readout 
blank signal ( ROB ) control readout displays. During the 
first part of the holdoff time, up until one or two holdoff 
ramps before holdoff time ends (depe ndent on the sweep 
rate), the Display Sequencer sets the ROA signal line LO. 
While the ROA line is LO, the Readout circuitry may 
display readout character dots if necessary. During 
r eadou t displ a ys, th e hori z ontal and v ertica l select signals 
( HS"A , HSB , VS1 , VS2 , VS3 , and VS4 ) are all set HI. 
This deselects the waveform-related sweep and deflection 
signals and gives display control to the Readout circuitry. 
While readout information or cursors are being displayed, 
the BLANK ou tput signal (pin 3) is controlled by the 
readout blank ( ROB ) signal from the Readout circuitry, 
and the readout intensity (ROI) signal pin (pin 23) controls 
the BRIGHT output level. 

During holdoff , the Display Sequencer always sets the 
readout ac tive ( ROA ) line LO. As previously described, 
setting the ROA signal LO allows the Readout circuitry to 
display readout dots. In some settings of the SEC/DIV 
switch, with adequate trigger rates, holdoff time is pro- 
vided for the Readout circuitry to display all the readout 
information without causing noticeable display flicker. 



TRACE SEPARATION. The TRACE SEP feature is 
used to position the alternate B Delayed Sweep trace 
downward from the A Sweep when Alternate Horizontal 
Display Mode (TURN-ALT) is active. It is also used when 
either the At or 1/At measurement function is used with B 
Sweep only displays. In the latter case, the TRACE SEP 
control vertically positions the trace(s) associated with the 
A control. 



When the Display Sequencer determines that trace 
separation should be active, the LO TSIN level at pin 7 is 
routed to pins 9 and 8, the TS1 and TS2 outputs (con- 
nected together). This LO output turns off transistor Q600 
(diagram 6), thereby enabling the trace separation voltage 
from the front-panel TRACE SEP pot (via MUX U2530 and 
sample-and-hold U2630C and C2631) to be applied to pin 
42 of Vertical Output Amplifier U600. To disable the trace 
separation function, the Display Sequencer sets the TS1 
+ TS2 control line HI, turning on Q600 and shunting the 
trace separation signal to ground. 



X10 MAG SELECT. The MAG (sweep magnifier) output 
(pin 39) drives the magnifier control input (pin 14) of 
Horizontal Output hybrid U800 and the select input (pin 9) 
of analog switch U860C (diagram 6). Analog switch U860C 
routes a magnifier gain-control voltage to the Horizontal 
Amplifier to set the horizontal gain for the X10 magnified 
displays. 



CH 2 DELAY OFFSET. The VS2 (vertical select, 
channel 2) output applied to analog switch U860B at pin 
1 routes a calibrated offset voltage from sample-and-hold 
buffer U165D to both sweep hybrids when the Channel 2 
vertical signal is being displayed. The offset voltage is 
used to eliminate the apparent propagation delay between 
the Channel 2 and the Channel 1 (or CH 2 and either one 
of the other channels). A step in the calibration procedure 
allows use of the front-panel Channel 2 Delay Offset 
feature to be either enabled or disabled. When enabled, 
the Channel 2 offset may be adjusted up to ± 500 ps (with 
respect to Channel 1 ) using the A control. 



In those cases where the holdoff time is insufficient to 
prevent flicker, a portion of the Readout circuitry will 
r eques t display control by setting the readout request 
( ROR ) signal LO. The Display Sequencer recognizes all 
readout requests immediately and switches the horizontal 
and vertical select lines to the readout display mode. The 
Readout circuitry displays one readout dot and then resets 
the readout request HI to switch back to the display of 
waveforms. Readout requests occur as required during 
sweep times, keeping the readout display up to date. (See 
"Readout" description for further information). 



CALIBRATOR TIMING. The Calibrator timing signal 
(CT) from the Display Sequencer is generated by an 
internal counter. The counter divides the 5-MHz clock 
input at pin TC (timing clock) by a value that is a function 
of sweep speed. The resulting square-wave output signal 
drives the Calibrator circuit. For ease of sweep rate 
verification, the Calibrator signal provides a display of five 
complete cycles on the crt at sweep speeds from 100 ms 
per division to 0.1 us per division. Below 100 ms per 
division, the Calibrator output frequency remains at 5 Hz; 
and above 0.1 (is per division, the Calibrator frequency 
remains at 5 MHz. 
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When chopping between vertical channels, the Display 
Sequencer adds a 200-ns skew at the end of some 
sweeps to desynchronize the chop frequency from the 
sweep speed (to prevent the sweep from locking onto the 
chop frequency). Due to this, the Calibrator signal has an 
irregular pulse repetition characteristic between sweeps. 
This will not be apparent when observing the Calibrator 
signal on the instrument crt since the skew is synchro- 
nized to the sweep, but may be observed when the Cali- 
brator output signal is used with other instrumentation. 
The skew can be eliminated by setting the instrument to 
SGL SEQ Mode (to shut off the sweeps). 



Holdoff Circuitry 

The holdoff circuit, used to delay the start of a sweep 
until all circuits have recovered from the previous sweep, 
is made up of U165C, Q154, Q155, and associated com- 
ponents. Operational Amplifier U165C and capacitor C180 
form a sample-and-hold buffer used to set the charging 
current for holdoff-ramp integrating capacitor C171 (C660 
for the 2467B). A control voltage from digital-to-analog 
converter (DAC) U2201 (diagram 2) via multiplexer U170 
(diagram 4) is stored on C180. The stored voltage level 
sets the base voltage for both Q154 and Q155 via 
amplifier U165C. Transistors Q154 and Q155 form a 
current-mirror with nearly equal collector currents. Transis- 
tor Q154 is a current-to-voltage converter that provides 
negative feedback to U165C, setting loop gain. Transistor 
Q155 acts as a constant-current source that charges 
integrating capacitor C171 (C660 for the 2467B), produc- 
ing a linear holdoff ramp. 

A comparator circuit in U650 detects when the ramp 
crosses a predefined threshold voltage (approximately +3 
V). When the threshold is reached, pin 10 of U650 (HRR) 
goes LO and the integrating capacitor is discharged. At 
that same time, an internal counter that keeps track of the 
holdoff ramp cycles is incremented. The ramps continue to 
be generated and reset until the holdoff ramp counter has 
counted the number of ramp cycles defined by the sweep- 
rate-dependent holdoff data field stored in the Display 
Sequencer control register. At all sweep speeds except 5 
ns per division, the count is at least two holdoff ramp 
cycles. The front-panel variable HOLDOFF control affects 
holdoff time by varying the HOLDOFF control voltage to 
U165C (from the DAC), changing the charging rate of 
integrating capacitor C171 (C660 for the 2467B). 



When holdoff time requirements are met (determined by 
the number of ramps counted), the Display Sequencer sets 
the THO (trigger holdoff) signal LO. This enables both the 
A Sweep hybrid (U700) and the A Trigger circuitry in U500. 
The Trigger circuit begins monitoring the selected trigger 
source line and, when a triggering event is detected that 
meets the triggering requirements defined by the st ored 
control data, initiates the A Sweep and sets the TSA 
(trigger status, A Sweep) line to Display Sequencer U650 
LO (indicating that the A Sweep has been triggered). 



As the A Sw eep circuit (U700) responds to the trigger, 
it sets the SGA (sweep gate A) line LO (via U980A) indi- 
cating that an A Sweep is in progr ess. A fter the sweep 
has run to completion, U700 sets the SGA line HI signaling 
the end of sweep. The Display Sequencer then sets the 
THO line HI, resetting A/B Trigger hybrid U500 and A 
Sweep hybrid U700 in preparation for the next sweep. 



HOLDOFF BOARD (2467B ONLY). Holdoff ensures that 
the sweep generator fully recovers between successive 
sweeps. It inhibits the sweep and trigger for a specific 
holdoff time after each sweep. The Display Sequencer 
(U650) sets THO (Trigger HOIdoff, pin 13) high, which 
resets and inhibits both the A trigger and the A sweep. 
Then, after the holdoff time elapses, THO is set low, 
enabling the A trigger and A sweep to respond to the next 
trigger event. The Display Sequencer and external circuitry 
form a holdoff timer. 



The holdoff timer operates only while SGA (not Sweep 
Gate A, at the base of Q1 59) is high. Holdoff time is pro- 
portional to a number of holdoff-timer cycles, counted by 
the Display Sequencer, according to the selected sweep 
speed. A capacitance and a charging current determine 
the duration of each holdoff-timer cycle. The HOLDOFF 
control varies the current to adjust the cycle duration in 
the range from about 1 us to about 1 5 ms. 



The circuit comprising operational amplifier U165C and 
transistors Q154 and Q155 generates the charging current 
for the holdoff timing capacitors C660, C169, C173, and 
C174. When the voltage on C174 rises above +5 V, com- 
parator U168B drives the HRR terminal of the Display 
Sequencer U650 high, through emitter follower Q158, 
diode U1169H, diode-connected Q161, and R177. C172 
also charges to about +4 V. The Display Sequencer then 
drives HRR back to ground and counts one holdoff-timer 
cycle. Stored charge in the base-collector junction of 
diode-connected Q161 supplies the high current needed to 
rapidly switch HRR from low to high and R177 limits the 
current required from U650 to drive HRR back from high 
to low. When HRR is driven below the voltage on C172, 
comparator U168A discharges C660, C169, C173, and 
C174. 



When both the output of comparator U168A is low and 

SGA is high, Q157, R179, R178, and U169F form a 
current mirror. This establishes a discharge current for 
C169, proportional to the charging current from the collec- 
tor of Q1 55, and normalizes the operation of the circuit for 
all settings of the variable HOLDOFF control. 
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Triggers 

The A/B Trigger hybrid (U500) and associated circuitry 
select the triggering signal source for each horizontal 
sweep as directed by the Display Sequencer. When the 
proper triggering criteria to initiate a sweep are detected, a 
triggering gate signal is produced to start the selected 
sweep. 



Control data from the processor defining trigger mode, 
coupling, and slope parameters for each trigger is clocked 
into two storage regist ers in ternal to U500 by the A TRIG 
CLK signal on pin 23 ( CCA ) and the B TRIG CLK signal 
on pin 47 ( CCB ). The Displ ay Sequ encer selects the A 
trigger source with the SROA , SR1A , and SR2 A sign al 
lines; the B trigge r source is selected using the SROB , 
SR1 B , and SR2B signal lines. Table 3-2 illustrates trigger 
source selection. 



Theory of Operation — 2465B/2467B Service 

Table 3-2 
Trigger Source Selection 



Select Inputs 




SR2A(B) 


SR1A(B) 


SROA(B) 


Trigger Source 


H 


H 


L 


CH 1 


H 


L 


H 


CH 2 


H 


L 


L 


ADD 


L 


H 


L 


CH 3 


L 


L 


H 


CH 4 


H 


H 


H 


LINE (or BWLB) a 



"During calibration routines from the Diagnostic Monitor. 



To initiate the A Sweep, the trigger hybrid compares 
the selected signal to the analog trigger level input at pin 
13, the TLA (trigger level A), B trigger signals are com- 
pared to the TLB (trigger level B) signal at pin 37 when 
trigger B Sweeps are required. When the prope r trigg er 
signa l is detected, U500 outputs a trigger gate ( TGA or 
TGB ) to the appropriate sweep circuit to initiate that 
sweep. 



A Sweep 

When properly triggered, the A Sweep circuit generates 
linear sweep ramps of selectable slopes. When amplified, 
these ramp signals horizontally sweep the crt beam across 
the face of the crt. The A Sweep circuitry consists of 
U700, Q709, Q710, Q741, U910B, U980A, and associated 
components. 



Wh en an A Sweep is initiated, the trigger-status line 
( TSA ) (trigger status A, U500 pin 20) goes LO to signal 
the Display sequencer that a tri gger has occurred. Until 
the sweep is completed, the TGA signal on pin 18 (or TGB 
signal on pin 42 for B Sweeps) remains L O. Af ter the A 
Sweep is completed, the A Sweep Gate ( SGA ) from A 
Sweep hybrid U700 (via U980A) will go HI, causing the 
Display Sequencer to set its THO (trigger holdoff) line (pin 
13) HI. This resets the sweep hybrid and the trigger hybrid 
in preparation for the next trigger event. 



The B Trigger Holdoff input (THOB, U500 pin 39) is held 
HI (keeping the B Trigger reset) until the A Sweep Delay 
Gate (DG, U700 pin 41) goes LO (see the following A 
Sweep description). When DG goes LO, the B Trigger por- 
tion of U500 is enabled. The B Sweep Trigger functions in 
a manner similar to that of the A Sweep Trigger just 
described. During a parametric measurement, the THOB 
line may be driven by either A Sweep Delay Gate or BHO 
from the measurement PAL, U975. If CNTL1 is LO, THOB 
is driven by A Sweep Delay Gate through the buffer 
transistor Q741. If CNTL1 is HI, Q741 is held off by Q742 
and THOB is driven by BHO. 



The A Sweep ramp signal is derived by charging one of 
several selectable capacitors from a programmable 
constant-current source. Capacitor selection depends on 
the sweep-rate-dependent control data (CD) on pin 29 that 
is clocked into A Sweep hybrid U700 by the A SWP CLK 
on pin 28 ( CC ). This sweep-rate data causes some inter- 
nal logic to select either hybrid-mounted capacitors CTO or 
CT1 or capacitor C708 at the CT2 (timing capacitor two) 
pin. An additional capacitor, C709, may be selected (via 
Q709 and Q710) if the control data asserts the TCS (tim- 
ing capacitor select) signal on pin 9. TCS will be HI for A 
Sweep speeds slower than 1 ms per division. Capacitor 
C707 and associated circuitry form a linearity compensa- 
tion circuit. 



The constant current to charge the selected capacitor is 
derived from the DAC-controlled voltage, A TIM REF (A 
timing reference), generated on the Control Board. The 
ITREF input (U700 pin 24) is held at zero volts by an inter- 
nal programmable current-mirror circuit at that input (see 
Figure 3-5). The A TIM REF voltage is applied to the 
current mirror via series resistors R723 and R724 to 
establish the input reference current (ITREF). The output 
of this current mirror is related to the input reference 
current by a multiple "M" that is set by a control data field 
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M x ITREF 



A 

TIM- 
REF 



ITREF 



R723 



R724 
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,24 



PROGRAMMABLE 
CURRENT 
MIRROR ffj 



m 




2.4K 

o- — WH 




CHARGING 
CURRENT TO 
CAPACITOR 
* SELECTION 
NETWORK 



3831-12 



If the SEC/DIV VAR control is out of the calibrated 
detent position, the processor will decrease the A TIM 
REF voltage from the maximum, in-detent value by an 
amount proportional to the position setting of the VAR 
control. At the maximum, fully counterclockwise setting of 
the VAR control, the ITREF current is one-third that of the 
normal, in-detent current. 



For A Sweep hybrid U7 00 to initiate a sweep at the 
selected rate, the AUXTRIG (auxiliary trigger) input (pin 3), 
the THO (trigger hold off) lin e from the Display Sequencer 
(on pin 1), and the TRIG (trigger) line from the trigger 
hybrid (on pin 2) must all be LO. With these three inputs 
LO, the A SWEEP ramp begins, and the sweep gate 
( S"G" ) outpu t (pin 45) goes LO. The buffered sweep gate 
signal ( SGA ) at the output of U975 returns to the Display 
Sequencer through R981 to indicate that the A Sweep is 
active. The sweep gate signal is used by various other cir- 
cuits for their timing activities and is held LO until the A 
SWEEP ramp ends. The buffered (negative) sweep gate is 
inverted and routed to the rear-panel A GATE output con- 
nector via U975. 



Figure 3-5. Sweep generator. 



stored in the internal control register of U700. The derived 
output current (M x ITREF) is connected to another pro- 
grammable current-mirror circuit, U910B, external to the 
hybrid. The output of U910B provides the actual charging 
current and is a control-data-selected multiple of the M x 
ITREF current. 



At the time of calibration, the processor will vary the 
ITREF input current until the slope of the output ramp for 
specific current-mirror/timing capacitor combinations is 
precisely set. The values of A TIM REF at these settings 
allow the processor to precisely calculate the characteris- 
tics of the current-mirror circuits at their various multiplica- 
tion factors and the charging characteristics of the timing 
capacitors. These values are stored as calibration con- 
stants in nonvolatile memory (RAM U2460, diagram 1). 



Once the calibration constants are set, any setting of 
the SEC/DIV switch causes the Microprocessor to recall 
the associated calibration constants from RAM. The pro- 
cessor then calculates the proper value of A TIM REF 
based on the selected timing capacitor and the current- 
mirror multiplication factors. 



Diodes CR752 and CR753 and associated components 
form a charging network that permi ts dela ying the timing 
of the end-of-A-Sweep gate signal ( SGAZ ) for B Sweep 
displays. For normal A Sweep operation with the SGBZ 
signal HI, the SGAZ signal will end quickly, since the 
capacitance associated with Z-Axis hybrid U950 input 
(diagram 6) will be charged positive ly thro ugh both R753 
and R754. For B Sweep operation ( SGBZ is LO), the end 
of the SGAZ gate signal will be delayed slightly (with 
respect to the normal sweep gate) since charging of the 
Z-Axis input capacitance will be at a slower rate through 
R754 only. This allows more of the B Sweep to be 
displayed than would otherwise be possible. 



The A Sweep Delay Gate (DG) signal acts as the 
trigger holdoff (THO) signal for the B Sweep and the B 
Trigger circuitry. It is generated by comparing the A 
SWEEP ramp voltage to the selected delay reference (DR) 
level from analog switch U850C. As the ramp voltage 
crosses the delay reference level, the delay gate (DG) out- 
put signal goes LO, removing the HI THO level to the B 
Sweep. This enables the B Sweep to run immediately in 
RUN AFT DLY B Trigger Mode or, when in TRIG AFT 
DLY B Trigger Mode, enables the B Sweep to run when a 
B triggering event occurs. 



The BDCA (A Sweep bypass-delay comparator) input 
(U700 pin 39) is a data bit from Auxiliary Control Register 
U140 (diagram 4) that, when HI, sets the A Sweep DG 
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output LO at the beginning of the A Sweep. This enables 
the B Sweep to run immediately at the start of the A 
Sweep and is used for calibration purposes and for 
options. 



The capacitive load (part of the etched-circuit board) at 
the RDA (retrace delay adjust) input (U700 pin 4) is used 
to delay the retrace of the sweep until the Z-Axis drive is 
fully turned off in response to the SGAZ gate going HI. 
This delay prevents any part of the retrace from being 
seen. 



B Sweep 

Operation of B Sweep hybrid U900 is similar to that 
just described for the A Sweep with the following excep- 
tions: the THO input (and thus sweep enabling) is con- 
trolled by the A Sweep hybrid or the measurement PAL 
and not the Display Sequencer (see the preceding A 
Sweep description). The timing capacitor select output, 
TCS, is not used, and only three timing capacitors are 
selectable (two on the B Sweep hybrid at CTO and CT1 
and one externally at CT2). 

Calibrator 

The Calibrator circuit, composed of Q550, U165B, 
U550A, B, C, and D, and associated components, gen- 
erates a square wave output of precise amplitude and fre- 
quency characteristics. The CALIBRATOR signal provided 
at the front-panel output connector is useful for adjusting 
probe compensation and verifying VOLTS/DIV, SEC/DIV, 
and At (delta time) calibration. Output frequency is con- 
trolled by the Display Sequencer and is set to display five 
cycles across the ten crt graticule divisions at sweep 
speed settings from 100 ns per division to 100 ms per divi- 
sion. This feature allows quick and easy verification of the 
sweep rates. The Calibrator circuitry is essentially a volt- 
age regulator that is alternately switched on and off, pro- 
ducing the square-wave output signal. 

When the timing signal (CT) from the Display 
Sequencer to the base of U550D is LO, U550C (configured 
as a diode) is forward biased, shunting bias current away 
from Q550, keeping it turned off. When transistor Q550 is 
off, the front-panel CAL OUT connector is pulled to ground 
potential through R558, setting the lower limit of the CALI- 
BRATOR output signal. 

As the CAL signal goes from LO to HI, the emitter of 
U550D is pulled HI to reverse bias U550C. Bias current for 
Q550 is established, and the transistor is turned on. The 
voltage at the emitter of Q550 rises to a level of +2.4 
volts, determined by the voltage regulator composed of 
U165B, U550A, U550B, and associated components. This 
regulated level is applied to the front-panel CALIBRATOR 
connector through a voltage-divider network composed of 
R557 and R558. This produces an output voltage of 400 
mV with an effective output impedance of 50 fi. 



Since the frequency of the CALIBRATOR signal is con- 
trolled by the same divider chain that controls operation of 
the vertical chopping rate, the intentional 200-ns shift 
added to the chop signal at the end of some sweeps (to 
desynchronize the chopping rate from the sweep rate) 
shows up on the CALIBRATOR signal as an irregular- 
width pulse. This shift is not apparent when viewing the 
CALIBRATOR signal on the instrument providing the sig- 
nal (since the skew occurs during sweep-retrace time), but 
it should be taken into account when using the CALIBRA- 
TOR signal with other instrumentation. The skew can be 
eliminated from the signal by setting the instrument 
TRIGGER MODE to SGL SEQ (to shut off the sweeps). 

PARAMETRIC MEASUREMENTS 



The VOLTS Parametric Measurement is made using 
the same methods and circuitry that is used in the Auto 
Level trigger mode to find the peak voltages. The accuracy 
of the VOLTS measurement is based on the accuracy of 
the trigger level and the DC balance of the instrument. 



All of the time-based Parametric Measurements use the 
A and B Sweep gates and delay gates as the basis for the 
measurements.The measurement PAL, U975, controls the 
signal flow while in the Parametric mode. The measure- 
ment flip-flop, U980B, reports t he sta te of a variety of con- 
ditions to the SLIC through the SGB line. The SLIC data is 
read by the processor system and used to compute the 
desired measurement. 

VERTICAL CHANNEL SWITCH AND 
OUTPUT AMPLIFIERS 



The Vertical Channel Switch (diagram 6) selects the sig- 
nal source for vertical deflection of the crt beam. The Vert- 
ical, Horizontal, and Z-Axis output amplifiers provide the 
signal amplification necessary to drive the crt. 



Vertical Channel Switch 

The Vertical Channel Switch consists of hybrid Channel 
Switch U400, that selects one of the vertical signals for 
application to the Vertical Output Amplifier, and a com- 
bined switch/amplifier circuit that converts the single-ended 
readout vertical signal into a differential signal for applica- 
tion to the Channel Switch. 



Channel selection is controlled by the Display 

Sequencer VS1 through VS4 signals applied to the vertical 
channel selection pins (pin 24, pin 25, pin 13, and pin 14 
respectively). (See Table 3-3 for the Vertical Display Selec- 
tion.) When a vertical select line is LO, the associated 
input signal pins are connected to the differential output 
(+OUT, pin 11 and -OUT, pin 3). The CH 5 input signal 
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Table 3-3 
Vertical Display Selection 



Select Inputs 


Vertical 
DisDlav 


vol 


VOi 


Voo 


VGA 


|_ 


(-) 


H 

n 




CH 1 


H 


L 


H 


H 


CH 2 


L 


L 


H 


H 


ADD 


H 


H 


L 


L 


CH 3 


H 


H 


H 


L 


CH 4 


H 


H 


H 


H 


Readout (Y) 



(Readout Vertical) is added to the output whenever both 
the VS3 and VS4 select signals are HI but will only contain 
readout information when the readout select logic (U975A 
and U975C) detects that the Display Seq uenc er ha s set 
both the Horizontal Select signals ( HSA and HSB ) HI 
(readout selected). 



READOUT SWITCH/AMPLIFIER. Transistors U485A, 
U485B, U485C, U485D, and U475C, along with their 
associated components, make up an analog switch circuit 
that routes either the readout vertical signal at the base of 
U485A or the ground reference at the base of U485C to 
the output at the emitter of U475C. The signal selected 
depends on the complementary voltages applied to the 
emitter junctions of the two emitter-coupled transistor 
pairs, U485A and B and U485C and D. The selection 
voltages are developed by voltage-divider networks on the 
complementary logic outputs of U975A and U975C. 



When readout information is to be displayed, the hor- 
izontal select inputs to U980B and U980C go HI and the 
output of NAND-gate U975C goes LO. The LO applied to 
the divider network of R498, R484, and R471 pulls the 
anode of CR484 low enough to reverse bias it. This for- 
ward biases the emitter-coupled pair U485A and B via 
R483. NAND-gate U975A inverts the LO and applies a HI 
to the junction of R497 and R485. The HI forward biases 
CR485, and the emitters of U485C and D are pulled to a 
level in excess of +2 V, reverse biasing the transistor 
pair. With U485C and D reverse biased, the ground refer- 
ence level at the base of U485C is isolated from the out- 
put, while the readout vertical information is allowed to 
pass through the forward-biased transistor pair. 



When readout information is not being displayed, a HI is 
present at the output of NAND-gate U975C. The HI for- 
ward biases CR484 and, when inverted by U975A, reverse 
biases CR485. With the biasing conditions reversed, the 
transistor pair of U485C and D becomes forward biased 
and U485A and B becomes reversed biased. The ground 
reference level present at the base of U485C is coupled to 
the output, while the readout vertical signal is isolated. 



The output signal (either the readout vertical signal or 
the ground reference level) is applied to the CH5+ input of 
Channel Switch U400 via R495 and R412. The inverting 
amplifier circuit composed of U475A, U475B, U475D, and 
associated components inverts the readout vertical signal 
for application to the CH5- input. The amplifier is an 
inverting unity-gain configuration with transistors U475A 
and U475B connected as an emitter-coupled pair. The 
base of U475A is referenced to ground through R482. The 
base of U475B is pulled to the same level by the negative 
feedback from emitter-follower U475D through R478. The 
noninverted signal is applied to the base of U475B through 
R492 and will attempt to increase or decrease the current 
to the base of U475B, depending on the amplitude and 
polarity of the signal. However, the negative feedback from 
the collector of U475B (via U475D and R478) will hold the 
base of U475B at the ground reference level. The feed- 
back current through R478 develops a voltage drop across 
R478 that is equal in amplitude but opposite in polarity to 
the noninverted vertical readout signal. The inverted 
readout signal is applied to the Channel Switch on pin 2 
(CH5-)via R476 and R402. 



The HF ADJ (high-frequency adjust) potentiometer 
R417 and resistor R416 (connected to pin 16) adjust the 
high-frequency response of the Channel Switch hybrid. 



Vertical Output Amplifier 

Vertical Output Amplifier U600 is a hybrid device that 
provides the final amplification of the selected vertical sig- 
nal, raising it to the level required to drive the crt deflection 
plates. Vertical deflection signals from the Vertical Channel 
Switch are delayed approximately 78 ns by Delay Line 
DL100. This delay allows the Sweep and Z-Axis circuits to 
turn on before the triggering event begins vertical 
deflection of the crt beam, thereby permitting the operator 
to view the triggering event. The bridged-T network, com- 
posed of inductors and capacitors built into the circuit 
board, corrects phase-distortion introduced by the delay 
line. The RLC networks connected between the output 
pins of U400 are adjusted during calibration to obtain the 
correct overall high-frequency response of the vertical 
deflection system. The vertical signal from the Delay Line 
is applied to pins 10 and 3 of U600. The RL network con- 
nected between pins 8 and 5 (COMPA and COMPB) of 
U600 compensates the signai for the skin-effect losses 
associated with the delay line. 
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Amplifier gain and vertical centering are adjusted by 
R638 and R639 respectively, primarily to match the 
amplifier hybrid to the crt installed in the instrument. On 
the 2465B, the Dynamic Centering circuit sinks an 
intensity-dependent correction current away from the verti- 
cal centering input at pin 39. The correction signal holds 
the vertical centering stable over a wide range of varying 
display intensities. Readout jitter adjustment pot R618 is 
used to minimize thermal distortion in the output amplifier 
to reduce jitter in the display readout. 



The vertical output signal at pins 28 and 33 of U600 
(OUT A and OUT B) is applied to the vertical deflection 
plates of the crt (diagram 8) via L628 and L633. The 
deflection plates form a distributed-deflection structure 
that is terminated by a hybrid resistor network. One ele- 
ment of the terminating network is an adjustment poten- 
tiometer used to match the network impedance to that of 
the crt. 



Theory of Operation— 2465B/2467B Service 

Also, the activation of the BEAM FIND switch is 
detected by the microprocessor during its normal Front- 
Panel Switch Scanning. When detected, the microproces- 
sor initiates a CRT Wakeup sequence for 2467B instru- 
ments and generates a User Request SRQ if option 10 is 
installed. 



OUTPUT PROTECTION CIRCUIT. A current-limit circuit 
composed of transistors Q623 and Q624 protects the 
Vertical Output Amplifier from a short-circuited output or a 
bias-loss condition. Either of these fault conditions will 
cause excessive current to flow into pins 30 and 31 of 
U600. Current in FET Q624 is limited to the IDSS current, 
so the voltage at pins 24, 30 and 31 will drop. This 
decreases the forward bias on pass-transistor Q623 and 
lowers the voltage at pin 23 of U600 enough to provide 
some degree of protection for the device. 



BANDWIDTH LIMITING. Bandwidth limiting coils L644 
and L619, along with capacitors built into U600, form a 
three-pole filter used to roll off high-frequency response of 
the Vertical Output ampl ifier a bove 20 MHz. To limit the 
vertical bandwidth, the BWL (bandwidth limit) input to 
U600 (pin 16) is pulled LO. It may be set LO either by the 
BWL control data bit from Auxiliary Control Register U140 
(diagram 4) when the operator selects the Bandwidth Limit 
feature or automatically by the output of NAND-gate 
U975A in the Vertical Channel Switch circuitry (via CR616) 
when the readout is being displayed. 

TRACE SEPARATION. The voltage applied to the TS 
(trace separation) input of U600 (pin 42) is used to offset 
the output levels to vertically shift the position of the trace 
on the crt. During normal sweep displays, TS1 + TS2 
signal applied to the base of Q600 by the Display 
Sequencer (diagram 5) is HI, and the transistor is turned 
on. The TRACE SEP level at the junction of R642 and 
CR600 is shunted to ground, and no offsetting at the 
output signal will occur. For those displays in which trace 
separation should occur, the Display Sequencer switches 
the base of Q600 to ground level to turn off the transistor. 
The trace separation level set by front-panel TRACE SEP 
control R3190 (via MUX U2530 and sample-and-hold 
circuit U2630C and C2631) is applied to the TS input of 
U600, and a corresponding offset of the displayed trace 
will occur. 



BEAM FIND. As an aid in locating off-screen or 
overscanned displays, the instrument is provided with a 
beam-finding feature. When the front-panel BEAM FIND 
button is pushed, the beam-find input pin (BF, pin 15) of 
U600 will be pulled HI. While BF is HI, the dynamic range 
of Vertical Output Amplifier U600 is reduced, and all 
deflected traces will be held to within the vertical limits of 
the crt graticule. 



Horizontal Amplifier 

The Horizontal Amplifier circuitry consists of a Horizon- 
tal Output Amplifier U800, a unity-gain buffer amplifier 
made up of the five transistors in U735, and associated 
components. 



UNITY-GAIN BUFFER AMPLIFIER. The amplifier circuit 
composed of U735A, B, C, D, and E along with their 
associated components, form a unity-gain amplifier that 
buffers the ramp signal from A Sweep Generator U700 to 
the Horizontal Output Amplifier. Transistors U735C and D 
form a differential pair with the negative excursion of their 
emitters limited to -5 V (clamped by U735E). Negative 
feedback from the collector of U735C to its base is via 
emitter-followers U735A and B (in parallel) which drive the 
A Sweep input (pin 18, A+) of Horizontal Output Amplifier 
U800. 



HORIZONTAL OUTPUT AMPLIFIER. Integrated circuit 
U800 provides the final amplification of the selected 
horizontal-deflection signal required to drive the crt. One of 
the single-ended input signals applied to the four input pins 
is converted to a differential-output signal at the output 
pins of the amplifier. The four deflection signals to U800 
are: the A sweep (pin 18, A+), the B Sweep (pin 16, B+), 
the Readout Horizontal signal (pin 17, RO) and the 
Channel 1 signal (used for horizontal deflection of the X-Y 
displays) at pin 20, the X+ input pin. Signal selection is 
done by an internal channel swit ch an d is controlled by the 
HSA (horizontal select A) and HSB (horizontal select B) 
signals from the Display Sequencer (see Table 3-4). 
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Table 3-4 
Horizontal Display Selection 



Control Level 


Selected 
Signal 


HSA 


HSB 


H 


H 


Readout (X) 


H 


L 


B Sweep Ramp 


L 


H 


A Sweep Ramp 


L 


L 


X Input (from CH 1) 



Switching between unmagnified (X1 ) gain and magnified 
(X10 gain) is also controlled by signals from th e Dis play 
Sequencer. For normal horizontal deflection, the MAG sig- 
nal on pin 14 of U800 is HI, and the gain of the output 
amplifier produces normal sweep deflection. Precise X1 
deflection gain is set by adjusting X1 Gain pot R860. 
When the X10 MAG feature is selected, amplifier gain for 
the m agnified sweeps is increased by a factor of 10. The 
MAG signal from the Display Sequencer goes LO when 
magnified sweep is to be displayed. This switches the 
amplifier gain and switches analog switch U860C from the 
X1 position to the X10 position. Amplifier gain in the 
magnified mode is adjusted by adding or subtracting a 
small bias current using X10 Gain control R850. Dc offsets 
in the amplifier and crt are compensated for, using Horiz 
Centering pot R801 to precisely center the display. On the 
2465B, an intensity-dependent position correction signal, 
used to hold the horizontal centering stable over a wide 
range of varying display intensities, is also added at this 
point by the Dynamic Centering circuitry. 



Timing and linearity of the sweep is affected by the 
amplifier transient response; and Trans Resp pot R802, 
connected to pin 2, is adjusted during calibration for 
optimum accuracy of the high-speed sweeps. 



As with the Vertical Output Amplifier, the Beam Find 
feature reduces the dynamic range of the Horizontal Out- 
put Amplifier. While the front-panel BEAM FIND button is 
pressed in, a HI is placed on U800 pin 15 via pull-up resis- 
tor R615, and the horizontal deflection is reduced, moving 
horizontally off-screen displays to within the graticule view- 
ing area. 



Z-Axis Amplifier 

Z-Axis Amplifier U950 turns the crt beam off and on at 
the desired intensity levels as the oscilloscope goes 
through its display sequence. The BRIGHT (brightness) 
signal applied to U950 pin 44 from the Display Sequencer 
U650 (diagram 5) is amplified to the level required to drive 



the crt control grid (via the DC Restorer circuitry) and sets 
the crt beam intensity. The BLANK input signal applied to 
U950 pin 5, also from the Display Sequencer, blanks the 
trace during sweep retrace, chop switching, and readout 
blanking by reducing the VZ OUT s ignal to a b lanked level. 
Sweep gate z-axis signals ( SGAZ and SGBZ ) from the A 
Sweep and B Sweep hybrids (U700 and U900) respec- 
tively, (diagram 5) are applied to the Z-Axis Amplifier on 
pins 4 and 3. These signals turn the beam current on and 
off for the related displays and, when used in conjunction 
with the BLANK signal on pin 5, enable the sweeps to be 
blanked while still allowing the Readout circuitry to blank 
and unblank the crt for the readout displays. 



Con t rol sig nals applied to U950 pin 48, pin 2, and pin 1 
( HSA , HSB , and TXY respectively) switch some internal 
logic circuitry to enable or disable different input signals for 
the various types of displays. Table 3-5 illustrates the 
effects of the various inp ut sig n als o n the outpu t signal for 
different combinations of HSA , HSB, and TXY. 



The Z-Axis hybrid has an internal limiter circuit that 
prevents the crt from being damaged during high-intensity, 
high-repetition-rate displays. A signal representative of the 
intensity setting and the sweep repetition rate is integrated 
on C957 and results in a control level at pin 7 of U950 
used to limit intensity of the crt beam. Maximum Grid drive 
is controlled by R949 on U950 pin 9. 



Focus tracking for intensity (VZ OUT) level changes is 
provided by the VQ OUT (quadrapole output voltage) sig- 
nal at pin 22 of U950. The VQ OUT signal varies the 
focusing voltages (and thus the focusing strength) of two 
quadrapole lenses in the crt (diagram 8). The VQ OUT sig- 
nal is related to the VQ OUT level exponentially and pro- 
vides the greatest auto-focus control at high intensity lev- 
els. Gain of the VQ OUT signal is set by the High-Drive 
Focus adjustment, R1842. On the 2465B, the VQ OUT 
signal also drives the Dynamic Centering circuit and holds 
the display position stable during wide-range intensity level 
changes. 



On the 2467B, the transient response of the Z-Axis 
Amplifier is adjusted by potentiometer R1834, connected 
to U950 at pin 13. 



Dynamic Centering (2465B only) 

The circuit composed of U3401, U3402, and associated 
components generates compensating signals to offset 
positioning effects that occur in the crt when the intensity 
is varied over a wide range. The VQ OUT signal from Z- 
Axis Amplifier U950 is exponentially proportional to the 
display intensity and dynamically controls the intensity- 
dependent offsets. 
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Table 3-5 

Blanking and Intensity Control Selection 



Control Inputs 


Intensity 
By 


Blanking 
Affected 
By 




TXY 


HSA 


HSB 


Typical Display 


X a 


H 


H 


BRIGHT (RO level) 


BLANK 


Readout 


X 


H 


L 


BRIGHT, Z EXT 


BLANK, SGAZ, SGBZ 


Delayed Sweep 


X 


L 


H 


BRIGHT, SGBZ,Z EXT 


BLANK, SGAZ 


Main Sweep 


L 


L 


L 


BRIGHT, SGBZ, Z EXT 


BLANK 


X-Y 


H 


L 


L 


BRIGHT, SGBZ, Z EXT 


BLANK, SGAZ 


X-Y 



a X= State doesn't matter. 



Dynamic Centering adjustment pots R3401 and R3407 
set the gain and polarity of the signals at their related out- 
puts by varying the current in the emitter circuit of one of 
two emitter-coupled pairs of transistors. Adjusting the 
bias level, at either pin 4, above = -10.6 volts (deter- 
mined by R3410 and R3411 at the complementary inputs, 
pins 1) will generate an inverted signal, while adjusting the 
bias levels below -10.6 volts will cause a noninverted sig- 
nal. Amplitude of the resulting signal is dependent on how 
far from the -10.6-volt reference the bias is set. The out- 
put signal is added or subtracted from the position voltage 
applied to the Vertical and Horizontal Output Amplifiers. 
Both pots are adjusted so that position shifts due to 
display intensity variations are minimized. 



READOUT 



The Readout circuitry (diagram 7) is responsible for 
displaying the alphanumeric readout characters in the crt. 
An eight-bit character code specifying each character (or 
cursor segment) to be displayed is written from the 
Microprocessor to a corresponding location in the Charac- 
ter RAM U2920 (a 2K-x-8-bit, random access memory 
integrated circuit). Each of the following 128 locations in 
the RAM, address locations through 63 for the first and 
fourth readout lines and 128 through 191 for the second 
and third readout lines, corresponds to one of the 128 
possible character locations in the crt readout display (see 
Figure 3-6). The next 128 RAM locations, address loca- 
tions 64 through 127 for the first and fourth readout lines 
and 192 through 255 for the second and third readout 
lines, are used to store cursor segment information for the 
display of the AV and At measurement cursors. The eight- 
bit character code written to each location in RAM points 
to a block of addresses in Character ROM U2930. This 
block in the ROM contains the dot-position information for 
the specific character to be displayed at the associated crt 
position. 



Each character is made up of zero (for a space charac- 
ter) or more dots displayed in an eight-wide by sixteen- 
high dot matrix. Specific blocks of ROM addresses contain 
all the X-Y offset coordinates for the dots in a particular 
character in the readout. The coordinates are referenced 
to the lower-left corner of the character dot matrix. Each 
individual data byte in the block of ROM addresses con- 
tains both the X and the Y coordinates for one dot of the 
associated character. 



To display a character, a combination of the character 
position on the crt (the RAM address) and the byte of X-Y 
position data from Character ROM U2930 (relative to that 
character position) is applied to Horizontal and Vertical 
DAC (digital-to-analog converters) circuits, U2910 and 
U2905 respectively. In these circuits, the X-Y position data 
is converted to analog deflection signals used to position 
each dot in the crt readout display. Each of the position 
bytes are read from the block of ROM defining the charac- 
ter under control of the readout timing and sequencing cir- 
cuitry. The resulting dots, when displayed in sequence, 
form the character at the proper location on the crt. 



Readout I/O 

The Readout I/O circuitry, composed of U2860, U2865, 
U2960, and associated components, provides the interface 
between the Microprocessor and the Readout board. Two 
types of data, Readout mode data and character data, are 
written to the Readout board serially via data bus line 
BDO. 
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STORING A CHARACTER. Displaying a character 
starts with serially clocking 16 character data bits into a 
16-bi t shift register formed by registers U2960 and U2860. 
The ROS1 strobe (readout strobe one) from the Address 
Decode circuitry (diagram 1) is the clocking signal. The first 
eight bits of the loaded data indicate the character to be 
displayed, while the last eight select the location on the crt 
that the character is to be displayed. 



by U2965A to produce a positive transition that shifts the 
dat a bit p resent at U2960 pin 9 (Q SH ) into U2860. After 
15 ROS1 strobes have occurred, seven bits of character 
data are latched into U2860, and the eighth character bit 
and seven of the character address bits are latched into 
character address register U2960 (though they have not 
been shifted into their correct positions for addressing the 
RAM). 



On positive-going transitions of the ROS1 strobe, the 
data bit present on the BDO data line is shifted into the 
first latch of character address r egister U2960. The follow- 
ing negative-going edges of the ROS1 strobe are inverted 



At this point, the last character bit remains to be shifted 
into the registers, but the operating mode must be set up 
first to ensure correct operation upon shifting in the final 
bit. The eight bits of mode data are shifted into the mode 



8 HORIZONTAL DOT POSITIONS 
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BITS 0-2 OF CHARACTOR ROM 



SMALL CHARACTERS 
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£5 
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Figure 3-6. Developing the readout display. 
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c ontrol register U2865 by the ROS2 strobe. Bit Q 4 
( WRITE ), along with the ROS2 and the R/ W DLYD sig- 
nal are applied to the RAM enabling circuitry and deter- 
mine when new character information will be written into 
the Charact er RAM . With U2865 loaded with the mode 
data, a final ROS1 strobe clocks the eighth bit of charac- 
ter data from U2960 to U2860 on the negative edge, and 
the positive edge of the strobe clocks the eighth character 
address bit into U2960. 



locations from the Readout I/O stage is a code that 
identifies the specific character (or cursor segment) that 
should be displayed at the associated crt location. After 
the display data is written into the RAM, the Character 
Counter is allowed to address the RAM, incrementing 
through the RAM address field. The eight-bit character 
codes for each display location are output to Character 
ROM U2930 in sequence. 



With control bit Q 4 from U2865 LO, the outputs of 
U2860 are enabled and the eight bits of character data 
(CDO through CD7) are written in parallel into the Charac- 
ter RAM at the location selected by the eight-bit address 
from U2960. Register U2960 is enabled only when the 
Readout is not displaying characters (the REST signal at 
pin 15 of U2960 is HI). 



The character data register U2860 also provides a 
means for the Microprocessor to read data from the 
Character RAM for partial verification of Readout circuit 
operation (during the power-up tests). The eight bits of 
parallel data from the Character RAM location selected by 
character address register U2960 are loaded into U2860 
by setting bit Q 3 of mode control register U2865 LO. 
Inverter U2965C converts the LO to a HI and applies it to 
character-register U2860 at pin 1. The HI on pin 1, in com- 
bination with the fixed HI on pin 19 of U2860, switches the 
character register to th e Para llel Load mode. The next 
positive transition of the ROS1 strobe loads the eight data 
bits placed on the CDO through CD7 bus lines into the 
register in parallel. Bit Q 3 is the n returned HI, and the next 
positive transition of the ROS1 strobe shifts the Q A bit to 
pin 8 (Q A '), the RO DO (readout data out) line. Seven 
more ROS1 strobes shift the remaining seven bits of char- 
acter data out onto the RO DO line to Status Buffer 
U2220 (diagram 2) to be read, one at a time, by the pro- 
cessor. 

Character RAM 

Character RAM U2920 provides temporary storage of 
the readout character selection data. This character data 
is organized as 256 eight-bit words that define the charac- 
ter that should be displayed at any given readout position 
on the crt. Cursor information is also stored in U2920 
when cursors are to be displayed. 

RAM locations may be addressed either from the 
Readout I/O stage by character address register U2960, 
as previously described, or by the Character Counter 
stage. Each of the following 128 address locations 
corresponds to a specific readout location on the crt. 
Address locations through 63 correspond to the first and 
fourth readout lines and 128 through 191 to the second 
and third readout lines. The next 128 address locations 
store cursor information. Address locations 64 through 127 
correspond to the first and fourth readout line storage and 
192 through 255 to the second and third readout line 
storage. The eight bits of data written to one of these 



Character Counter 

The Character Counter stage consists of two four-bit 
counters (both within U2940) cascaded together to form 
an eight-bit counter and tristate buffer U2935 which drives 
the RAM address lines. 



As the Character Counter addresses each RAM loca- 
tion (the counter also determines the character screen 
location), a sequence of "dot display cycles" is performed 
in which the individual dots that make up th e chara cter are 
positioned on the crt and turned on. The EOCH (end of 
character) signal applied to U2855A prevents the counter 
from incrementing until all dots of the character have been 
displayed. As the last dot of a character is addre ssed, the 
EOCH bit at pin 2 of U2855A goes LO. The next GETDOT 
pulse increments U2940 (via U2855A), and the next RAM 
location is addressed to start the display of the next char- 
acter. Space characters have the EOCH bit set LO for the 
first "dot" of the character and merely advance the 
Counter to the next character address without displaying 
any dots. See the Chara cter ROM description for further 
explanation of the EOCH bit. 

Character ROM 

Character ROM U2930 contains the horizontal and 
vertical dot-position information for all of the possible char- 
acters (or cursor segments) that may be displayed. The 
eight bits of character data from the Character RAM are 
applied to the eight most-significant address inputs (A4 
through A11) of the Character ROM and select a block of 
dot-positioning data unique to the character to be 
displayed. The Dot Counter increments the four least- 
significant address lines (AO through A3), causing the 
ROM to output a sequence of eight-bit words, each 
defining a dot position for the selected character. 

The three least-significant bits of a ROM dot-data word 
(DDO through DD2) select one of eight horizontal positions 
for the dot within an eight-by-sixteen character matrix (see 
Figure 3-6). The next four bits (DD3 through DD6) define 
the vertical position of the dot within the matrix. These 
dot-data bits are applied to the Horizontal and Vertical 
Character DACs, where they are converted to the analog 
voltages used to position the dot on the crt. 
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The last dot-data bit DD7 is the EOCH (end of charac- 
ter) bit and, when LO, indicates that the last dot of the 
character is addressed. It is used to reset the Dot Counter 
(via U2855B) and enables the Character Counter to be 
incremented (via U2855A) after the last dot of a character 
has been displayed. 



Two servicing jumpers, J401 and J402, have been pro- 
vi ded to disable the Character ROM and force the DD7 bit 
( EOCH ) LO. In certain instances, these two conditions 
may be useful when troubleshooting the Readout circuitry. 
To prevent damage to the ROM output circuitry, J402 
should only be installed after J401 is installed (to disable 
the ROM). 



Dot Counter 

The Dot Counter consists of two four-bit counters (both 
within U2870), OR-gate U2835A, inverter U2980D, and 
inverting input AND-gate U2855B. It sequences through a 
block of addresses containing dot-position data for a 
selected character. The Dot Counter is incre mented w hen 
a dot is finished (via Inverter U2980D) by the GETDOT sig- 
nal from the Dot Cycle Generator. 



The counter increments through the block of dot- 
position data until the last byte of the block is encountered 
(last dot). This last data byte has the EOCH (end of char- 
acter) bit (DD7) set LO. The dot is positio ned and 
displayed in the normal manner, but when the GETD OT 
signal occurs for the next dot display cycl e, the E OCH bit 
is latched into U2905 and generates the EOCH1 (end of 
charac ter, delayed one dot) signal at U2905 pin 18. With 
EOCH and EOCH1 both LO, the HI reset pulse produced 
at pin 4 of NOR-gate U2855B resets the counter and, 
except for space characters, the EOCH bit returns HI. As 
the reset is removed from the Dot Counter, it is reenabled 
for dis play of the next character. For space characters, the 
EOCH bit will be detected as a LO when the first dot is 
read from the Character ROM, and the Character Counter 
wil l advance to the next character on the next rising edge 
of GETDOT 



Counter U2870 and OR-gate U2835A enable characters 
of more than 16 dots to be displayed. Since most of the 
readout characters are small, using 16 dots or less, 
efficient data storage is achieved by storing the dot- 
position data as 16 consecutive bytes. For displaying 
these smaller characters, the least significant four bits 
from U2870 are sufficient to address the 16 possible dot- 
position bytes. 



When larger characters (up to 32 dots) are to be 
displayed, an additional bit of counter data must be used 
to address the ROM. This fifth bit comes from U2870 pin 



3 and is ORed by U2835A with bit CDO from the Charac- 
ter RAM. The block address for these larger characters 
always has bit CDO set LO, so the counter bit from U2870 
pin 3 is in control of the ROM address line at pin 4 of 
U2930. When displaying these larger charac ters, the dot 
count goes beyond 1 6 dots before the EOCH bit is set LO. 
On the seventeenth character, the fifth counter bit (pin 3 of 
U2870) will go HI to address the next 16-byte block of 
character data in ROM U2930. The lower four bits of the 
DOT Counter then sequence th rough t his additional block 
in the normal manner until the EOCH bit is encountered, 
resetting the counter. 



Horizontal DAC 

The Horizontal DAC generates the voltages used to 
horizontally position dots of the readout display on the crt. 
Five data bits (CAO through CA4) from the Character 
Counter stage position a character to the correct column 
in the display (32 possible columns across the crt), while 
three data bits from Character ROM U2930 (DDO through 
DD2) horizontally position the dots within the eight-by- 
sixteen character matrix (see Figure 3-6). 



The eight bits of position data are written to the per- 
manently enabled DAC each time a new do t is requested 
by the Dot Cycle Generator. The GETDOT signal applied 
to pin 1 1 (Chip Select) enables the DAC to be written into, 
and the falling edge of the 5-MHz clock applied to pin 12 
(Write) writes the data at the eight DAC input pins into an 
internal latch. The voltage at the DAC output pin changes 
to reflect the data present in the latch. 

Vertical Character DAC 

The function of Vertical Character DAC U2905 is similar 
to that of the Horizontal DAC just described. It is responsi- 
ble for vertically positioning each character dot on the crt. 
The Vertical DAC circuit is made up of seven, D-type flip- 
flops (contained within U2905) and an accompanying resis- 
tor weighting network. The outputs of the flip-flops source 
different amounts of current to a summing node through a 
resistor weighting network. 



The seven dat a bits are latched into U2905 on the ris- 
ing edge of the GETDOT signal. Two bits of character 
address data (CA5 and CA7) from the Character Counter 
switches the vertical display position between the four 
readout display lines. When the display is to be in the bot- 
tom line, bit CAS is set LO. With CA5 LO, zener diode 
VR2925 is biased off and a small current is sourced to the 
summing node via R2925. Vertical position above this 
reference is determined by dot data bits DD3 through 
DD6. When the top line is to be displayed, the CA5 bit is 
set HI, biasing VR2925 on. A larger current is now 
sourced into the summing node via R2925 and enough 
voltage is developed across R2926 to move the display to 
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the top row of the crt. The CA7 bit is used to offset the 
top and bottom readout display lines to form the center 
two readout display lines. As before, the individual dots 
are then positioned above this reference level by dot data 
bits DD3 through DD6. 



Mode Select Logic and Analog Channel Switch 

The Mode Select Logic circuitry is composed of analog 
switches U2800 and U2805, buffers U2820A and B, gates 
U2810A, B, C, and D, U2900B and C, and part of U2905. 
It controls the readout display mode by selecting which 
deflection signals should drive the Horizontal and Vertical 
Deflection Amplifiers during a readout display. Five display 
modes are decoded by the Mode Select Logic: character 
display, vertical cursor 0, vertical cursor 1, horizontal cur- 
sor 0, and horizontal cursor 1 . 



For cursor displays, cursor select bit CA6 goes HI. This 
HI is routed t hrough an alog switch U2800 and latched into 
U2905 when GETDOT next goes HI. This produces a HI at 
U2905 pin 16, enabling the Mode Select Logic to decode 
output bits DD3, DD4, and DD5 (from U2905) to determine 
which of the four possible cursor modes is selected (see 
Table 3-6). Once one of the cursor modes is entered, ana- 
log switch U2800 routes a fixed HI from pin 5, pin 2, or pin 
4 to U2905 to keep the Mode Select Logic enabled. Char- 
acter display mode is reentered only when return-to- 
character-mode data is decoded (DD4 and DD5 both LO). 
When that occurs, U2800 routes the CA6 bit to U2905 
and, if the bit is LO, the cursor display mode is halted. 



For normal character displays, cursor select bit CA6 on 
U2800 pin 1 is LO. This LO signal passes through analog 
switch U 2800 and is latched into U2905 when the 
GETDOT request from the Dot Cycle Generator goes HI. 
This latched LO selects the character display mode by 
forcing the outputs of U2900B and C and U2810A and B 
HI. The HI outputs of U2900B and C applied to the select 
input pins of analog switch U2805 cause the Horizontal 
DAC output signal applied to U2805 pin 11 to be routed to 
the Horizontal Amplifier (diagram 6) via buffer U2820B. 
The same HI logic levels cause NOR-gates U2810C and D 
to produce a LO at their outputs. This causes analog 
switch U2800 to route the Vertical DAC output signal 
applied to pin 12 to the Vertical Output Amplifier (also 
diagram 6) via buffer U2820A. 



CURSOR DEVELOPMENT. Cursors are displayed in 
short sections, alternating between both vertical positions 
(for the delta voltage cursors) or both horizontal positions 
(for the delta time cursors). When displaying delta voltage 
cursors, the CURSOR level is routed to the Vertical 
Amplifier by analog switch U2800. This level determines 
the vertical position of one of the voltage cursors. 
Horizontal-positioning voltages for one segment of the 
cursor are routed from Horizontal DAC through analog 
switch U2805 and buffer U2820B to horizontally position 
each of the dots making up the cursor segment. DLY REF 
1 is then used to vertically position the second cursor, and 
the Horizontal DAC positions each of the dots for that 
cursor segment. The cycle is repeated until all segments of 
both cursors are displayed. 



Table 3-6 
Readout Display Mode Selection 



Control Bits 








CA6 


DD5 


DD4 


DD3 


Mode 


Horizontal 


Vertical 


(Cursor Select) 








Selected 


Signal 


Signal 


L 


X a 


X 


X 


Character Display 


Horiz DAC 


Vert DAC 


H 


L 


H 


L 


Vert Cursor 1 


Horiz DAC 


DLY REF 1 


H 


L 


H 


H 


Horiz Cursor 1 


DLY REF 1 


Horiz DAC 


H 


H 


L 


L 


Vert Cursor 


Horiz DAC 


CURSOR 


H 


H 


L 


H 


Horiz Cursor 


CURSOR 


Horiz DAC 


H 


L 


L 


X 


Return to character display Mode 



a X = State doesn't matter. 
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Delta time cursor displays are similar in that the 
CURSOR and DLY REF 1 signals are used to position 
the cursors. In this case, however, analog switch U2805 
selects the CURSOR and DLY REF 1 signals alternately 
to position the cursors horizontally, and the Horizontal 
DAC output is routed via analog switch U2800 and buffer 
U2820A to vertically position the dots within each cursor 
segment. 



Refresh Prioritizer 

The Refresh Prioritizer circuitry consists of U2850A and 
B, U2950A, U2990A, and U2985. It keeps track of how 
well the Readout circuitry is doing in displaying all the 
required readout information and maintains the overall 
refresh rate. Since the readout display must remain 
flicker-free and at a constant intensity over the entire 
sweep rate range, various modes of displaying readout 
information are provided. The Refresh Prioritizer keeps 
track of the display status and enables the various 
readout-display modes as required to produce minimal 
interference with the displayed waveform trace(s). 



Ideally, readout information should be displayed only 
when the oscilloscope is not trying to display waveform 
traces. These times occur before a trace commences, 
after a trace is completed, or between consecutive traces. 
Displaying in this mode corresponds to "priority one" in 
Figure 3-7 and causes no interference with the displayed 
waveforms. If the Readout circuitry is able to display all 
the required readout dots during the holdoff time between 
sweeps, the prioritizer U2985 will turn off the Dot Start 
Governor until the next subframe of readout information is 
to be displayed. When the sweep times are either too fast 
to finish a readout display during holdoff (at 5 ns per divi- 
sion no identifiable holdoff time exists) or too slow to allow 
flicker-free readout, readout display modes other than 
priority one are initiated. 



The next most desirable time for dots to be displayed is 
during "triggerable" time: that time between sweeps when 
the oscilloscope is waiting for a sweep trigger event to 
occur. This is designated priority two and may cause slight 
interference on the leading edge of the displayed trace if a 
dot is being displayed when the actual trigger occurs. 



Finally, the least desirable dot display time is during a 
waveform trace display. This display time is designated 
either priority three or priority four. (Priority four indicates 
a higher demand of display time.) In priorities three and 
four, dot displays occur during the main portion of the 
waveform display. However, the waveform blanking asso- 
ciated with these displays is relatively random in nature 
and is usually not noticeable. 



To start a readout display, the ROSFRAME (readout 
subframe) request from the Timing Logic (diagram 1) 
clocks the Q output of flip-flop U2850A HI. ROSFRAME 
is a periodic clocking signal used to hold the overall 
refresh rate constant and occurs at regular intervals, 
regardless of the state of the display. 



As the Dot Cycle Generator runs, it resets half of 
U2830 in the Dot Timer at somewhat irregular intervals 
with the STARTDOT signal (via inverter U2890A). The Dot 
Timer then starts a timing sequence, and the rising edge 
of the REFRESH signal from U2830 pin 4 clocks the 
latched ROSFRAME request from U2850A pin 5 to the Q 
output (pin 9) of flip-flop U2850B. This HI, applied to the 
S1 input (pin 10) of prioritizer U2985, sets it up to incre- 
ment with the next REFRESH clock applied to its clock 
input (pin 11). The LO Q output of U2850B (pin 8) applied 
to the reset input of U2850A resets the latched ROS- 
FRAME request. See Figure 3-8 for an illustration of the 
timing sequence involved. 



DISPLAY , 
PRIORITY 
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GATE 
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J_ 
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Figure 3-7, Readout display priorities. 
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383 1 -05 



Table 3-7 
Operation of Prioritizer Shift Register 



Select Inputs 


Mode 


SO 


S1 




H 


H 


Parallel Load 


H 


L 


L -> Q A (decrease priority) 


L 


H 


H -> Q D (increase priority) 


L 


L 


Hold Data 
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10 MHz 



REFRESH 
(625 KHz) 



ROSFRAME 



U2850A-5 



U2850B-9 (SI ) 
(INCREMENT 
ENABLE ) 



U2850B-8 





LO UNTIL NEXT SUBFRAME REQUEST 



SETS 
PRIORITIZER 
TO INCREMENT 



* INCREMENTS 
PRIORITIZER 



*N0TE:IF S0 IS ALSO HI AT THIS TIME, THE PRIORITY DOES NOT CHANGE. 



3831-06 



Figure 3-8. Timing of Refresh Prioritizer. 



The next REFRESH clock increments the display prior- 
ity to one by clocking a HI to the Q D output (pin 12) of 
prioritizer shift register U2985. (Table 3-7 illustrates the 
operation of U2985.) The same clock latches the now LO 
ROSFRAME request at U2850B pin 12 to the Q output 
(pin 9), where it is applied to the S1 input (pin 10) of priori- 
tizer U2985. The LO on the S1 input of the prioritizer will 
remain until another ROSFRAME request from the Timing 
Logic occurs, and the encoded priority at the output pins 
of U2985 will remain as it is presently set. 



As each of the consecutive dots of the readout frame 
are displayed, the Dot and Character Counters increment 
until all dots of the subframe have been displayed (eight 
characters). As the Character Counter increments to 
address the next character of the display (first character of 
the next frame), the fourth bit of counter U2940 goes HI 
and sets the SO input (pin 9) of prioritizer U2985 HI via 
exclusive-OR-gate U2990A. The Dot Timer then clocks the 
prioritizer with a REFRESH clock on pin 11 of U2985, and 
the priority is decremented back to zero (indicating that 
the subframe is completed). The next ROSFRAME request 
starts the process over again to display the next subframe 
of readout display. The sequence just described is the 
priority one display mode and is used when holdoff time 
between sweeps allows all dots of the subframe to be 
displayed before the next ROSFRAME request occurs. 



If a second ROSFRAME request occurs before the 
Character Counter indicates the end of the subframe (to 
decrement the prioritizer back to zero), input S1 of U2985 
will be set HI (while the SO input pin remains LO) and the 
Prioritizer will increment to priority two (outputs Q c and 
Q D go HI) on the next STARTDOT cycle. If this display 
priority still is inadequate to complete the subframe display 
before the next ROSFRAME request occurs, priority two 
will be incremented up to priority three, or even to priority 
four should the condition persist. Priority four is operation- 
ally the same as priority three, but it is used to keep the 
readout circuitry continuously displaying readout data on 
through the next subframe, thus allowing the display to 
catch up. If priority four is in effect, the next decrement 
that occurs at the end of a subframe only returns the 
prioritizer to priority three, not to priority two. 

The circuit composed of flip-flop U2950A and 
exclusive-OR-gate U2990A enables either edge of the CA3 
bit to decrement the priority of the display when a sub- 
frame is completed. Either a negative or positive transition 
on pin 2 of U2990A will cause the output at pin 3 go HI 
since the Q output of U2950A is still at the opposite level. 
The HI from U2990A indicates that the end of the present 
subframe has occurred, and it sets up the prioritizer to 
decrement with the next REFRESH clock. At the same 
time that the prioritizer decrements, the changed level of 
the CA3 bit is clocked through U2950A and causes the 
output of exclusive-OR-gate U2990A to return LO until the 
next subframe is completed. 
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If the subframe is completed (SO on U2985 goes HI) 
when a ROSFRAME request is also pending (S1 is also 
Hi), U2985 does a parallel load, reloading the present 
priority back into the prioritizer. Since, in this case, the 
subframe display was completed at the same rate as the 
ROSFRAME request occurred, the readout display priority 
is not changed. 



Dot Start Governor 

The Dot Start Governor detects the display priority 
from the Refresh Prioritizer and initiates dot-display cycles 
as the appropriate conditions are met. The conditions 
tested include display priority, sweep gate completion, dot 
completion, readout control status, and the readout active 
enable from the Display Sequencer. 



When the readout board status line (ACTIVE/ 
ADDRESSABLE ) is HI (signifying display) and the REST 
line goes HI to indicate that the dot cycle is complete, 
AND-gate U2970C generates a HI at pin 8 (DOTOK) to 
signal that a new dot display is allowed. The HI from 
U2970C enables most of the gating in the Dot Start 
Governor. If the Refresh Prioritizer has encoded a display 
priority of either one or two, the output of exclusive-OR- 
gate U2990B is HI. When DOTOK from U2970C goes HI 
to enable a dot display, the LO reset from pin 6 of U2970B 
to pin 1 of fli p-flop U2880A is removed. Now, when the A 
Sweep gate ( SGA ) goes HI (beginning of Holdoff), the HI 
at the D input of U2880A is clocked to the Q output and 
the Q output at pin 6 will go LO, requesting display of a 
priority one or two dot. This LO dot request is propagated 
through U2885B, U2890D, U2890B, and U2890C and sets 
the STARTDOT signal LO. STARTDOT going LO resets 
Dot Cycle Generator shift register U2995 and counter 
U2830B of the Dot Timer. Resetting the Dot Cycle Gen- 
erator shift register causes the REST signal from U2995 
pin 13 to go to a LO, removing the HI DOTOK signal at 
U2970C pin 8. As DOTOK goes LO, STARTDOT at pin 8 
of U2890C goes HI to start the DOT Cycle Generator. At 
the same time the reset to U2880A is asserted via 
U2970B and the dot request is removed. Both the Dot 
Timer and the Dot Cycle Generator are now enabled and 
start the first dot-display cycle during holdoff time. 



After the Display Sequencer U650 (diagram 5) has time 
to respond to the en d of the sweep gate, it sets the 
readout active signal ( ROA ) to pin 4 of U2880A LO. This 
sets pin 6 of U2880A LO, and the signal is propagated 
through U2885B, U2890D, U2890B, and U2890C, as 
before, resetting the Dot Timer and the Dot Cycle Genera- 
tor. REST then goes LO as before and starts the Dot 
Cycle Generator and Dot Timer. This cycle continues, 
displaying one dot per cycle (except for the first non- 
dis played d ot of a character which is automatically initiated 
by EOCH2 , until the Display Sequ encer determines that 
the readout time is over (sets ROA HI) or until the display 
priority is decremented to zero. 



When a display priority of three or four exists, the out- 
put of U2990B will be LO, and U2970B, U2880A, and the 
associated logic gates following it will not be able to ini- 
tiate a dot cycle. In either of these display priorities, 
U2970D, U2835C, U2980A, U2965B, and flip-flop U2950B 
detect t he hig her priority and generate a readout request 
signal ( ROR ) to the Display Sequencer. The LO from 
U2950B pin 8 propagates through U2890B and U2890C to 
initiate a STARTDOT cycle. When the Display Sequencer 
recognizes that the readout request signal is LO, it will 
perform the mode-dependent setup functions necessary to 
give displ ay control to the Readout Board and will then set 
the ROA (readout active) line LO. The LO will be clocked 
into U288 0B, and the Dot Cycle Generator will generate a 
GETDOT signal, resetting the readout request from flip- 
flop U2950B. Only one dot is displayed for each readout 
request. 



A similar readout display request will be generated 
when priority-two-or-higher displays are required when 
sweep gates are not present (dot display during triggerable 
time after holdoff). This condition is detected by NAND- 
gate U2885A. AND-gate U2970D allows a readout request 
to be generated when in the interfere mode. This mode is 
always invoked in 2467B instruments and invoked only 
during a single-sequence waveform display in 2465B 
instruments and ensures that all of the selected sweep 
combinations are displayed once, followed by a complete 
readout frame (for the purpose of crt photography). 



Dot Cycle Generator 

The Dot Cycle Generator, composed of shift register 
U2995, flip-flop U2880B, and associated gating circuitry, 
generates time-related signals for the following purposes: 
unblanking the crt to display a dot; requesting the next 
byte of dot data in preparation for displaying the next dot; 
and reenabling itself to repeat the tasks, via the Dot Start 
Governor (dependent on the display priority). 



The timing relationships of the Dot Cycle Generator 
output signals are controlled by shift register U2995. When 
the Dot Start Governor initiates a STARTDOT cycle as 
previously described, the STARTDOT signal initially goes 
LO, resetting all the Q outputs of U2995 LO and setting 
the Q output of flip-flop U2880B to a HI. The STARTDOT 
signal is then returned HI, and the Dot Timer counter 
U2830A and shift register U2995 are enabled. The shift 
register begins to consecutively shift HI logic levels to its Q 
output pins with each 5-MHz clock from the Dot Timer. 
After approximately 400 ns, pin 5 (Q c ) of the shift register 
will go HI. The HI at Q c propagates through exclusive- 
OR-gate U2990D and AND-gate U2970A to u nblank the 
crt by setting the readout blanking signal ( ROB ) HI. 
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When the Q F output of U2995 goes HI (1 us after 
STARTDOT), the output of U2990D goes LO and the out- 
put of U2990C goes HI. The LO fro m U2 990D propagates 
through U2970A to blank the crt ( ROB goes LO) a nd to 
clock flip-flop U2880B via NAND-gate U2980C. The ROA 
(readout active) level from the Display Sequencer (diagram 
5) is clocked from the D input (pin 12) of U2880B to the Q 
output; and, if LO (indicating that the readout circuitry had 
control of the crt when unblanking occurred; thus the dot 
was displayed), the output of U2980B is set HI. With three 
HI levels applied to NAND-gate U2885C, a GETDOT 
request is generated to get the next byte of dot-position 
data for display. The next 5-MHz clock sets the Q G output 
of U2995 HI, and th e output of U2990C goes LO, remov- 
ing the LO GETDOT signal. 

At 1.4 us after STARTDOT goes HI, U2995 pin 13 (Q H ) 
goes HI to produce the REST signal, indicating that the 
current dot cycle is complete and t he Dot Cycle Gen erator 
is at REST. If the readout ACTIVE/ ADDRESSABLE mode 
bit at U2970C pin 10 is still HI, the REST signal going HI 
produces a HI DOTOK signal (next dot is allowed) at pin 8. 
This HI applied to pin 10 of U2890C, along with any of the 
possible dot requests from the Dot Start Governor, will ini- 
tiate another STARTDOT cycle for the next dot of the 
display. As long as the Display Sequencer holds the 
readout active line ( ROA ) LO, U2885B, U2890D, and 
U2890B of the Dot Start Governor will automatically ini- 
tiate dot cycles as soon as the previous one ends (REST 
goes HI), until the Refresh Prioritizer is decremented to 
zero. 

When the last dot of the character is called from the 
Character ROM, the EOCH bit (DD7) applied to latch 
U2905 at pin 18 (in the Vertical Character D AC circuitr y) is 
LO. At the end of that dot dis play cy cle, the GETDOT sig- 
nal (going HI) clocks the LO EOCH bit into latch U2905 
and incremen ts chara cter counter U2940. The latched bit 
becomes the EOCH1 signal (end of character, delayed one 
dot request ) and is applied to U2855B, along with the 
already LO EOCH bit, to reset Dot Counter U2870. The 
least-significant bits to the Character ROM address pins 
(AO through A4) are then zeros, and the first dot of the 
next character is addressed. The Horizontal and Vertical 
DACs don't write this first dot p osition da ta into their 
registe rs until th e end of the next GETDOT signal. That 
same GETDOT signal a lso clocks EOCH1 into U2905 
which becomes EOCH2 at pin 17 (end of character, 
delayed by two dot requests). EOCH2 is applied to AND- 
gate U2970A and disables the gate prior to the time the 
Dot Cycle Generator attempts to unblank the crt for the 
first dot display; thus the first dot of a character is never 
displayed. 

Disabling the unblanking path for the first dot of each 
character in the manner just described allows the more 
radical voltage changes between characters to settle 
before the actual display of the next character begins. 
When t he dot data for one of these undisplayed dots also 
has the EOCH bit set LO, it is a space character, and the 
display is advanced to the next character. 



Dot Timer 

The Dot Timer, composed of U2890A and U2830, gen- 
erates three, time-related signals used to synchronize the 
display and maintain the proper sequencing of the indi- 
vidual character dots. 



The two least-significant bits of the Dot Timer, from 
U2830 pins 11 and 10, are reset at the beginning of a dot 
cycle by a LO STARTDOT signal applied to the reset input 
of the counter via U2890A. As the dot-display cycle 
begins, the STARTDOT signal returns HI and the Dot 
Timer begins counting in a binary fashion. The 10-MHz 
clock applied to pin 1 3 is divided by two to produce the 5- 
MHz clocking signal at output pin 11. The 5-MHz clock 
sequences the Dot Cycle Generator through the various 
phases of the dot-display cycle. The REFRESH output sig- 
nal from U2830 pin 4 updates the Refresh Prioritizer as 
each subframe is displayed. 



A third clock, from U2830 pin 6, occurs at approxi- 
mately 8-ms int ervals and allows any pending dot requests 
to generate a ROR signal to the Display Sequencer via 
flip-flop U2950B. (Readout request generation is described 
in the Dot Start Governor discussion.) 



HIGH VOLTAGE POWER SUPPLY AND 
CRT FOR 2465B ONLY 



The High-Voltage Supply and CRT circuit (diagram 8) 
provides the voltage levels and control circuitry for opera- 
tion of the cathode-ray tube (crt). The circuitry consists of 
the High Voltage Oscillator, the High Voltage Regulator, 
the Cathode Supply, the Anode Multiplier, the DC Re- 
storer, Focus Amplifiers, the CRT and the various CRT 
Control circuits. 



High-Voltage Oscillator 

The High-Voltage Oscillator transforms power obtained 
from the -15 volt unregulated supply to the various ac 
levels necessary for the operation of the crt circuitry. The 
circuit consists of transformer T1970, switching transistor 
Q1981, and associated circuitry. The low-voltage oscilla- 
tions set up in the primary winding of T1 970 are raised by 
transformer action to high-voltage levels in the secondary 
windings. These ac secondary voltages are applied to the 
DC Restorer, the Cathode Supply, and the anode multi- 
plier circuits. 



Oscillation occurs due to the positive feedback from the 
primary winding (pin 4 to pin 5) to the smaller base-drive 
winding (pin 3 to pin 6) for transistor Q1981. The fre- 
quency of oscillation is about 50 kHz, and is determined 
primarily by the resonant frequency of the transformer. 
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When power is first applied, the High-Voltage Regulator 
circuit detects that the negative crt cathode voltage is too 
positive and pulls pin 2 of transformer T1970 negative. 
The negative level forward biases transistor Q1981 via the 
base-drive winding of the transformer. Current begins to 
flow in the primary winding through transistor Q1981, 
inducing a magnetic field around the transformer primary 
winding. The increasing magnetic field induces a current in 
the base-drive winding that further increases the base 
drive to the transistor. This in-phase feedback causes 
current in Q1981 to increase until the primary winding 
current reaches its maximum value. As the rate of change 
of the primary current peaks and then reverses, the 
induced magnetic field begins to decay. This decreases the 
base-drive current and begins turning Q1981 off. 



As Q1981 is beginning to turn off, the magnetic field 
around the primary winding continues to collapse at the 
resonant frequency rate of the transformer. This induces 
into the base-drive winding a voltage that completely turns 
off the transistor. The collapsing magnetic field goes to 
zero, then builds in the opposite direction to a maximum 
before collapsing again (resonant flywheel effect). This 
sequence of events occurs repetitively as the circuit con- 
tinues to oscillate. 



The oscillating magnetic field in the primary winding 
couples power into the secondary windings of the 
transformer. The amplitude of the voltages induced in the 
secondary windings is a function of the turns ratios of the 
transformer windings. 



High-Voltage Regulator 

The High-Voltage Regulator consists of U1956A and B 
and associated components. It monitors the crt Cathode 
Supply voltage and varies the bias point of the switching 
transistor in the High Voltage Oscillator to hold the 
Cathode Supply voltage at the nominal level. Since the 
output voltages at the other secondary winding taps are 
related by turns ratios to the Cathode Supply voltage, all 
voltages are held in regulation. 



When the Cathode Supply voltage is at the proper level 
(-1900 V), the current through R1945 and the 19-Mfi 
resistor internal to High Voltage Module U1830 holds the 
voltage developed across C1932 at zero volts. This is the 
balanced condition and sets base drive in Q1981 via 
integrator U1956A and voltage-follower U1956B. Varying 
base drive to Q1981 holds the secondary voltages in regu- 
lation. 



if the Cathode Supply voltage level tends too positive, a 
slightly positive voltage will develop across C1932. This 
voltage causes the outputs of integrator U1956A and 
voltage-follower U1956B to move negative. The negative 
shift charges capacitor C1951 to a different level, around 
which the induced feedback voltage at the base-drive 
winding will swing. The added negative bias causes Q1981 
to turn on earlier in the oscillation cycle, and a stronger 
current pulse is induced in the secondary windings. The 
increased power in the secondary windings increases the 
secondary voltages until the Cathode Supply voltage 
returns to the balanced condition (zero volts across 
C1932). Opposite action occurs should the Cathode Sup- 
ply voltage tend too negative. 



Cathode Supply 

The Cathode Supply circuit is composed of a voltage- 
doubler and an RC filter network contained within High- 
Voltage Module U1830. This supply produces the -1900 
V accelerating potential applied to the CRT cathode and 
the -900 V slot lens voltage. The -1900 V supply is 
monitored by the High Voltage Regulator to maintain the 
regulation of all voltages from the High Voltage Oscillator. 

The alternating voltage (950 V peak) from pin 10 of 
transformer T1970 is applied to a conventional voltage- 
doubler circuit at pin 7 of the High Voltage Module. On the 
positive half cycle, the input capacitor of the voltage dou- 
bler (0.006 fd) is charged to -950 V through the forward- 
biased diode connected to ground at pin 9 of the module 
(charging path is through the diode, so stored charge is 
negative). The following negative half cycle adds its ac 
component (-950 V peak) to this stored dc value and 
produces a total peak voltage of -1900 V across the 
capacitor. This charges the storage capacitor 

(connected across the two doubter diodes) through the 
second diode (now the forward-biased diode) to -1900 V. 
Two RC filters follow the voltage doubter to smooth out 
the ac ripple. A resistive voltage divider across the output 
of the filter network provides the -900-V slot lens poten- 
tial. 



Anode Multiplier 

The Anode Multiplier circuit (also contained in High Volt- 
age Module U1830) uses voltage multiplication to produce 
the +14 kV CRT anode potential. Circuit operation is 
similar to that of the voltage-doubter circuit of the Cathode 
Supply. 



The first negative half-cycle charges the 0.001 -^f input 
capacitor (connected to pin 8 of the High Voltage Module) 
to a positive peak value of +2.33 kV. The following posi- 
tive half cycle adds its positive peak amplitude to the volt- 
age stored on the input capacitor and boosts the charge 
on the second capacitor of the multiplier (and those follow- 
ing) to +4.66 kV. Following cycles continue to boost up 
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succeeding capacitors to values 2.33 kV higher than the 
preceding capacitor until all six capacitors are fully 
charged. This places the output of the last capacitor in the 
multiplier at +14 kV above ground potential. Once the 
multiplier reaches operating potential, succeeding cycles 
replenish current drawn from the Anode Multiplier by the 
crt beam. The 1-MQ resistor in series with the output pro- 
tects the multiplier by limiting the anode current to a safe 
value. 



Focus Amplifier 

The Focus Amplifier, in conjunction with the auto-focus 
circuitry of Z-Axis hybrid U950 (diagram 6), provides 
optimum focus of the crt beam for all settings of the front- 
panel INTENSITY control. The Focus Amplifier itself con- 
sists of two shunt-feedback amplifiers composed of 
Q1851, Q1852, and associated components. The outputs 
of the amplifiers set the operating points of a horizontally 
converging quadrapole lens and a vertically converging 
quadrapole lens within the crt. The convergence strength 
of each lens is dependent on the electric field set up 
between the lens elements. 



Since the bases of Q1851 and Q1852 are held at con- 
stant voltages (set by their emitter potentials), changing 
the position of the wiper arms of the ASTIG and FOCUS 
pots changes the amount of current sourced to the base 
junctions through R1856 and R1857 respectively. This 
changes the base-drive currents and produces different 
output levels from the Focus Amplifiers; that, in turn, 
changes the convergence characteristics of the quadrapole 
lenses. 



Initially, at the time of adjustment, the FOCUS and 
ASTIG potentiometers are set for optimum focus of the crt 
beam at low intensity. After that initial adjustment, the 
ASTIG pot normally remains as set, and the FOCUS con- 
trol is positioned by the user as required when viewing the 
displays. When using the FOCUS control, transistor 
Q1852 is controlled as described above; however, an addi- 
tional current is also supplied to the base node of Q1851 
from the FOCUS pot through R1855. This additional 
current varies the base-drive current to Q1851 and pro- 
vides tracking between the two lenses as the FOCUS con- 
trol is adjusted during use of the instrument. 



The convergence strengths of the quadrapole lenses 
also dynamically track changes in the display intensity. 
The VQ OUT signal, applied to the crt at pins 5 and 6, is 
exponentially related to the VZ OUT (intensity) signal driv- 
ing the crt control grid and increases the strength of the 
lenses more at higher crt beam currents. (A higher beam 
current requires a stronger lens to cause an equal conver- 
gence of the beam.) 



DC Restorer 

The DC Restorer provides crt control-grid bias and cou- 
ples both the dc and the low-frequency components of the 
Z-Axis drive signal to the crt control grid. This circuit 
allows the Z-Axis Amplifier to control the display intensity 
by coupling the low-voltage Z-Axis drive signal (VZ OUT) 
to the elevated crt control-grid potential (about -1.9 kV). 



The DC Restorer circuit (Figure 3-9) operates by 
impressing the crt grid bias setting and the Z-Axis drive 
signal on an ac voltage waveform. The shaped ac 
waveform is then coupled to the crt control grid through a 
coupling capacitor that restores the dc components of the 
signal. 



GRID BIAS LEVEL. An ac drive voltage of 
approximately 300 V peak-to-peak is applied to the DC 
Restorer circuit from pin 7 of transformer T1970. The 
negative half cycle of the sinusoidal waveform is clipped by 
CR1953, and the positive half cycle (150 V peak) is applied 
to the junction of CR1930, CR1950, and R1941 via R1950 
and R1953. Transistor Q1980, operational amplifier 
U1890A, and associated components form a voltage 
clamp circuit that limits the positive swing of the ac 
waveform at the junction. 



Transistor Q1980 is configured as a shunt-feedback 
amplifier, with C1991 and R1994 as the feedback ele- 
ments. The feedback current through R1994 develops a 
voltage across the resistor that is positive with respect to 
the +42.6 V on the base of the transistor. The value of 
this additive voltage plus the diode drop across CR1950 
sets the upper clamping threshold. Grid Bias potentiome- 
ter R1878 sinks varying amounts of current away from the 
base node of the transistor and thus sets the feedback 
current through R1994. The adjustment range of the pot 
can set the nominal clamping level between +71 V and 
+ 133 V. 



When the amplitude of the ac waveform is below the 
clamping threshold, series diode CR1950 will be reverse 
biased and the ac waveform is not clamped. During the 
time the diode is reverse biased, transistor Q1980 is kept 
biased in the active region by the charge retained on 
C1971 from the previous cycle. As the amplitude of the ac 
waveform at the junction of CR1930 and CR1950 exceeds 
the voltage at the collector of Q1980, diode CR1950 
becomes forward biased, and the ac waveform is clamped 
at that level. Any current greater than that required to 
maintain the clamp voltage will be shunted to the +42 V 
supply by transistor Q1980. 
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Operational amplifier U1890A sinks a time-dependent 
variable current away from the base node of Q1980 that 
modifies the crt control-grid bias during the first few 
minutes of instrument operation. The circuit compensates 
for the changing drive characteristics of the crt as it 
warms up. 



At power-up, capacitor C1990 begins charging through 
R1991 toward the +15 V supply. The output of U1890A 
follows the rising voltage on pin 3; and after about ten 
minutes (for all practical purposes), it reaches +15 V. As 
the output voltage slowly increases, the charging current 
through R1992 causes the Grid Bias voltage to gradually 
lower about ten volts from its power-on level. The charge 



on C1990 dissipates slowly; therefore, if instrument power 
is turned off and then immediately back on again, the out- 
put of U1890A will still be near the +15 V limit rather than 
starting at zero volts as when the crt was cold. 



Z-AXIS DRIVE LEVEL. The variable-level Z-Axis signal 
(VZ OUT) establishes the lower clamping level of the ac 
waveform applied to the High Voltage Module. When the 
amplitude of the waveform drops below the Z-Axis signal, 
CR1930 becomes forward biased, and the ac waveform is 
clamped to the Z-Axis signal level. The VZ OUT level may 
vary between +8 V and +75 V, depending on the setting 
of the front-panel INTENSITY and READOUT INTENSITY 
controls. 



Z-AXIS 
OUTPUT 
(VZ OUT) 



AC DRIVE , , . 

FROM PIN 7 — VW-f-A/W 

OF T1970 4 1 v 1 R19S3 



R199K 



C1990^i-\ 



+42V 

6RID BIAS L ni881 

RiBya^W^ 



+42V 




1900V 

1920V 



n 



-19B5V 

CONTROL SRIO 



0S90 



0S91 



CATHODE 



6019-11 



Figure 3-9. Dc restorer circuit (2465B only). 



3-38 



Theory of Operation— 2465B/2467B Service 



The ac waveform, now carrying both the grid-bias infor- 
mation and the Z-Axis drive information, is applied to a DC 
Restorer circuit in the High Voltage Module where it is 
raised to the high-voltage levels of the crt control grid. 



DC RESTORATION. The DC Restorer circuit in the 
High Voltage Module is referenced to the crt cathode 
voltage via a connection within U1830. Capacitor C (in 
Figure 3-9), connected to pin 15 of U1830, initially charges 
to a level determined by the difference between the Z-Axis 
signal level and the crt cathode potential. The Z-Axis 
signal sets the level on the positive plate of capacitor C 
through R1920, CR1930, and R1941; the level on the 
negative plate is set by the crt cathode voltage through 
resistor E and diode A. Capacitor D is charged to a similar 
dc level through resistors F, R1922, and R1913. 

When the ac waveform applied to pin 15 begins its 
transition from the lower clamped level (set by the Z-Axis 
signal) towards the upper clamped level (set by the Grid 
Bias potentiometer), the charge on capacitor C increases. 
The additional charge is proportional to the voltage 
difference between the two clamped voltage levels. 



waveform, and less charge is added to capacitor D. The 
decreased voltage across capacitor D decreases the 
potential difference between the control grid and the 
cathode, and more crt beam current is allowed to flow. 
Increased beam current increases the crt display intensity. 



During the periods that capacitor C is charging and 
discharging, the control-grid voltage is held stable by the 
long-time-constant discharge path of capacitor D through 
resistor F. Any charge removed from capacitor D during 
the positive transitions of the ac waveform will be replaced 
on the negative transitions. 



The fast-rise and fast-fall transitions of the Z-Axis sig- 
nal are coupled to the crt control grid through capacitor D. 
This ac-coupled fast-path signal quickly sends the crt elec- 
tron beam to the new intensity level, then the slower DC 
Restorer path "catches up" to handle the dc and low- 
frequency components of the Z-Axis drive signal. 

Neon lamps DS90 and DS91 prevent arcing inside the 
crt should the control grid potential or cathode potential be 
lost for any reason. 



When the ac waveform begins its transition from the 
upper clamped level back to the lower clamped level, diode 
A becomes reverse biased. Diode B becomes forward 
biased, and an additional charge proportional to the nega- 
tive excursion of the ac waveform (difference between the 
upper clamped level and the lower clamped level) is added 
to capacitor D through diode B and resistor G. The 
amount of change added to capacitor D depends on the 
setting of the front-panel INTENSITY control, as it sets the 
lower clamping level of the ac waveform. This added 
charge determines the potential of the control grid with 
respect to the crt cathode. 



The potential difference between the control grid and 
the cathode controls the beam current and thus the 
display intensity. With no Z-Axis signal applied 
(INTENSITY control off), capacitor D will be charged to its 
maximum negative value, since the difference between the 
two clamped voltage levels is at its maximum value. This 
is the minimum intensity condition and reflects the setting 
of the Grid Bias potentiometer. During calibration, the Grid 
Bias pot is adjusted so that the difference between the 
upper clamping level (set by the Grid Bias pot) and the "no 
signal" level of the Z-Axis drive signal (VZ OUT) produces 
a control grid bias that barely shuts off the crt electron 
beam. 



As the INTENSITY control is advanced, the amplitude 
of the square-wave Z-Axis signal increases accordingly. 
This increased signal amplitude decreases the difference 
between the upper and lower clamped levels of the ac 



CRT Control Circuits 

The CRT Control circuits provide the various potentials 
and signal attenuation factors that set up the electrical ele- 
ments of the crt. The control circuitry is divided into two 
separate categories: (1) level setting and (2) signal han- 
dling. The level setting circuitry produces voltages and 
current level necessary for the crt to operate, while the 
signal-handling portion is associated with changing crt sig- 
nal levels. 



LEVEL-SETTING CIRCUITRY. Operational amplifier 
U1890B, transistor Q1980, and associated components 
form an edge-focus circuit that sets the voltages on the 
elements of the third quadrapole lens. The positive lens 
element is set to its operating potential by Edge Focus 
adjustment pot R1864 (via R1897). This voltage is also 
divided by R1893 and R1982 and applied to the non- 
inverting input of U1890B to control the voltage on the 
other element of the lens. 

The operational amplifier and transistor are configured 
as a feedback amplifier, with R1891 and R1990 setting the 
stage gain. Gain of the amplifier is equal to the attenuation 
factor of divider network R1893 and R1892, so total 
overall gain of the stage from the wiper of R1864 to the 
collector of Q1890 is unity. The offset voltage between 
lens elements is set by the ratio of R1891 and R1990 and 
the +10 V reference applied to R1990. This configuration 
causes the two voltages applied to the third quadrapole 
lens to track each other over the entire range of Edge 
Focus adjustment pot R1864. 
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Other adjustable level-setting circuits include Y-Axis 
Alignment pot R1848, used to rotate the beam alignment 
after vertical deflection. This adjustment controls the 
amount of current through the Y-Axis Alignment coil 
around the neck of the crt and is set to produce precise 
perpendicular alignment between x- and y-axis deflections. 
The TRACE ROTATION adjustment R975 is a front-panel 
screwdriver-adjustable control. The effect of the adjust- 
ment is similar to the Y-Axis Alignment pot, but when 
adjusted, it rotates both the x-axis and the y-axis 
deflections of the trace on the face of the crt. A final ad- 
justable level-setting control is the Geometry pot R1870, 
adjusted to optimize display geometry. The potential at pin 
8 for the vertical shield internal to the crt is produced by 
zener diode VR1891 and associated components. 



SIGNAL-HANDLING CIRCUITRY. The crt termination 
adjustment R1501 is set to match the loading 
characteristics of the crt's vertical deflection structure to 
the Vertical Output Amplifier. 



HIGH VOLTAGE POWER SUPPLY AND 
MCP-CRT FOR 2467B ONLY 



The High-Voltage Supply and CRT circuit, diagram 
<8> 2467B, provides to the MCP-CRT (Micro-Channel 
Plate Cathode-Ray-Tube) the high voltage levels and 
necessary control circuitry for proper operation. The 
MCP-CRT produces high brightness on low rep-rate tran- 
sient waveforms while limiting the brightness of high-rep 
rate waveforms. 



The circuitry consists of the 2467B MCP-Cathode Ray 
Tube, MCP Bias Supply, High Voltage Oscillator, the 
Cathode Supply, the High Voltage Regulator, the DC Re- 
storer, the Anode Current Limiter and Multiplier, the Focus 
Circuitry, and the various CRT Control circuits. 



2467B MCP-CRT 

The MCP-CRT has a Micro-Channel Plate element 
added between the PDD Lens and CRT Screen to multiply 
electrons, therefore boosting CRT performance. A low bias 
voltage across this element causes the electron multiplica- 
tion to be low. Raising the bias voltage across the Micro- 
Channel Plate increases the multiplication of electrons 
going through the MCP. This higher bias voltage increases 
the MCP-CRT viewable writing rate a thousand times over 
a conventional crt. Full intensity drive to the MCP-CRT 
increases both the cathode current and the bias voltage 
across the MCP electron multiplier. 



MCP-Bias Supply 

The MCP-Bias Supply provides a variable bias voltage 
across the MCP (Micro-Channel Plate) element of the 
CRT. The MCP Bias Supply voltage is set by Intensity 
control information (DIR input voltage) and MCP Bias con- 
trol R4365. As the Intensity control voltage is increased 
from minimum to maximum the MCP Bias Supply also 
increases from minimum to maximum. When the DIR input 
is between to +2.5 V the MCP Bias stays at its 
minimum voltage. When the DIR input is varied between 
+2.5Vto+5V maximum the MCP Bias voltage linearly 
follows the DIR input voltage and increases by about 400 
V. 



MCP-BIAS-SUPPLY VOLTAGE REGULATOR. The 

MCP-Bias-Supply Voltage Regulator consists of non- 
inverting operational amplifier U4367B and associated 
components. The regulator monitors the MCP-Bias-Supply 
output voltage at Test Point 4301 and varies the bias point 
of switching transistor Q4460 to hold the MCP-Bias- 
Supply DC voltage in regulation. 

When the MCP-Bias-Supply output voltage is at the 
proper level, the sum of the currents through R4377 (MCP 
Bias), R4378 (intensity control, DIR), and R4380 (feedback 
resistor) hold the voltage developed across C4377 at zero 
volts. This balance condition sets base drive to Q4460 via 
regulator U4367B. Varying the base drive to Q4460 holds 
the rectified and filtered secondary voltage in regulation. 

If the MCP-Bias-Supply output voltage level (T4480 pin 
14) is too negative, a slightly negative voltage will develop 
across C4377. This voltage causes the output of regulator 
U4367B to move negative. The negative shift charges 
capacitor C4470 to a different level, around which the 
induced feedback voltage at the base-drive winding will 
swing. The added negative bias causes Q4460 to turn on 
earlier in the oscillation cycle, causing a stronger induced 
current pulse in the secondary winding. The increased 
current in the secondary winding increases (makes less 
negative) the secondary voltage (T4480 pin 14) until the 
MCP-Bias-Supply output voltage returns to the balanced 
condition (zero volts across C4377). Opposite action 
occurs if the MCP-Bias-Supply output voltage is too posi- 
tive. 



Intensity of the MCP Bias Supply is controlled by 
U4367A and associated components. Operational amplifier 
integrator U4367A has a DC gain of -4. The input is 
offset through R4461 to cause the Output voltage to be 
Zero volts when the DIR input is at +2.5 Volts (output 
range is ± 10 V). Only the negative voltage out of U4367A, 
through CR4374 and R4378, changes the input current to 
regulator U4367B. This negative voltage is amplified and 
inverted by regulator U4367B, oscillator Q4460, and 
transformer T4460, increasing the MCP-Bias supply output 
voltage up to 400 Volts. 
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MCP-BIAS-SUPPLY OSCILLATOR. The MCP-Bias- 
Supply Oscillator transforms power obtained from the — 1 5 
volt unregulated supply to the voltage necessary to bias 
the MCP-CRT element of the crt. The circuit consists of 
transformer T4480, transistor Q4460, and associated 
components. The low-voltage oscillations in the primary 
winding of T4480 are raised by transformer action to a 
high-voltage in the secondary winding. This ac secondary 
voltage is half-wave rectified by CR4490, filtered by 
C4390, and then applied across the MCP. 



High-Voltage Oscillator 

The High-Voltage Oscillator transforms power obtained 
from the -15 volt unregulated supply to the various ac 
levels necessary for the operation of the crt circuitry. The 
circuit consists of transformer T4340, switching transistor 
Q4350, and associated circuitry. The low-voltage oscilla- 
tions set up in the primary winding of T4340 are raised by 
transformer action to high-voltage levels in the secondary 
windings. These ac secondary voltages are applied to the 
DC Restorer, the Cathode Supply, and the anode multi- 
plier circuits. 



Oscillation occurs due to the positive feedback from the 
primary winding (pin 3 to pin 4) to the smaller base-drive 
winding (pin 2 to pin 5) for transistor Q4460. The fre- 
quency of oscillation is about 86 kHz, and is determined 
primarily by the resonant frequency of transformer T4480. 



Oscillation occurs due to the positive feedback from the 
primary winding (pin 4 to pin 5) to the smaller base-drive 
winding (pin 2 to pin 3) for transistor Q4350. The fre- 
quency of oscillation is about 58 kHz, and is determined 
primarily by the resonant frequency of the transformer. 



Initially, when power is applied, the MCP-BIAS-voltage 
regulator circuit detects that the MCP voltage is too low 
and pulls pin 2 of transformer T4480 negative. The nega- 
tive level is applied to transistor Q4460 through the 
transformer base-drive winding and forward biases it. 
Current begins to flow in the primary winding through the 
transistor collector-to-emitter circuit and induces a mag- 
netic field around the transformer primary winding. The 
increasing magnetic field induces a current in the base- 
drive winding that further increases the base drive to the 
transistor. This in-phase feedback causes current in 
Q4460 to increase until the primary winding current 
reaches its maximum value. As the rate of change of the 
primary current peaks and then reverses, the induced 
magnetic field begins to decay. This decreases the base- 
drive current and begins turning Q4460 off. 



When power is first applied, the High-Voltage Regulator 
circuit detects that the negative crt cathode voltage is too 
positive and pulls pin 2 of transformer T4340 negative. 
The negative level forward biases transistor Q4350 via the 
base-drive winding of the transformer. Current begins to 
flow in the primary winding through transistor Q4350, 
inducing a magnetic field around the transformer primary 
winding. The increasing magnetic field induces a current in 
the base-drive winding that further increases the base 
drive to the transistor. This in-phase feedback causes 
current in Q4350 to increase until the primary winding 
current reaches its maximum value. As the rate of change 
of the primary current peaks and then reverses, the 
induced magnetic field begins to decay. This decreases the 
base-drive current and begins turning Q4350 off. 



As Q4460 is starting to turn off, the magnetic field 
around the primary winding continues to collapse at the 
resonant frequency rate of the transformer. This induces 
into the base-drive winding a voltage that completely turns 
off the transistor. The collapsing magnetic field goes to 
zero, then builds in the opposite direction to a maximum 
before collapsing again (resonant flywheel effect). This 
sequence of events occurs repetitively as the circuit con- 
tinues to oscillate. 



As Q4350 is beginning to turn off, the magnetic field 
around the primary winding continues to collapse at the 
resonant frequency rate of the transformer. This induces 
into the base-drive winding a voltage that completely turns 
off the transistor. The collapsing magnetic field goes to 
zero, then builds in the opposite direction to a maximum 
before collapsing again (resonant flywheel effect). This 
sequence of events occurs repetitively as the circuit con- 
tinues to oscillate. 



The oscillating magnetic field in the primary winding 
couples power into the secondary winding of the 
transformer. The amplitude of the voltage induced in the 
secondary winding is a function of the turns ratio of the 
transformer windings. 



The oscillating magnetic field in the primary winding 
couples power into the secondary windings of the 
transformer. The amplitude of the voltages induced in the 
secondary windings is a function of the turns ratios of the 
transformer windings. 
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Cathode Supply 

The Cathode Supply is composed of a voltage-doubter 
and a RC filter network contained within High-Voltage 
Module U4310. This supply produces the -2 kV 
accelerating potential applied to the CRT cathode. This 
supply also provides voltage to the focus range divider, 
the wall band, and the MCP. 



The — 2 kV supply is monitored by the High Voltage 
Regulator to maintain the regulation of all voltages from 
the High Voltage Oscillator. 



The 2 kV peak-to-peak AC voltage from pin 9 of 
transformer T4340 (1 KV peak) is applied to a conventional 
voltage-doubler circuit at pin 7 of the High Voltage Module. 
The negative output DC value to the CRT cathode is 
about equal to the AC peak-to-peak input voltage. 



On the positive half cycle, the input capacitor at U431 
pin 7 (0.0047 /if) is charged to 1 kV through the forward- 
biased diode connected to ground at pin 9 of U4310. The 
following negative half-cycle adds 1 kV to the 1 kV DC 
stored on the input capacitor. Thus producing a total peak 
voltage of -2 kV which is applied to the cathode of the 
second diode. This forward biases the second diode charg- 
ing the 0.01 -nf capacitor (connected across the two 
diodes) to —2 kV. Two RC filters follow the negative volt- 
age doubter to reduce the ac ripple. 



If the Cathode Supply voltage level is too positive, a 
slightly positive voltage will develop across C4344. This 
voltage causes the output of regulator U4366A to move 
negative. The negative shift charges capacitor C4363 to a 
different level, around which the induced feedback voltage 
at the base-drive winding will swing. The added negative 
bias causes Q4350 to turn on earlier in the oscillation 
cycle, and a stronger current pulse is induced in the 
secondary windings. The increased power in the sec- 
ondary windings increases the secondary voltages until the 
Cathode Supply voltage moves more negative, returning 
the voltage across C4344 back to zero (balanced condi- 
tion). Opposite action occurs if the Cathode Supply voltage 
is too negative. 

DC Restorer 

The DC Restorer provides a negative bias to the crt 
control-grid and couples both the dc and the low-frequency 
components of the Z-Axis drive signal to the crt control 
grid. This circuit allows the Z-Axis Amplifier to control the 
display intensity by coupling the low-voltage Z-Axis drive 
signal (VZ OUT) to the elevated crt control-grid potential 
(about -2 kV). 



The DC Restorer circuit (Figure 3-10) operates by 
impressing the crt grid bias setting and the Z-Axis drive 
signal onto the high voltage AC waveform. The shaped ac 
waveform is then coupled to the crt control-grid through a 
coupling capacitor that restores the dc components of the 
signal to the control grid. 



Neon lamp DS4410 (a 180 V Surge Arrestor) prevents 
arcing between the grid and cathode inside the crt should 
the control grid potential or cathode potential be lost. 



GRID BIAS LEVEL. An ac drive voltage of 
approximately 300 V peak-to-peak is applied to the DC 
Restorer circuit from pin 1 of transformer T4340 (Test 
Point 71). The sinusoidal waveform is current limited and 
DC level shifted by coupling capacitor C4343. The negative 
half of the ac drive signal is clipped by diode CR4342. 



High Voltage Regulator 

The High Voltage Regulator consists of inverting opera- 
tional amplifier U4366A and associated circuitry. The regu- 
lator monitors the crt Cathode Supply voltage and varies 
the bias point of the switching transistor in the High Volt- 
age Oscillator to hold the Cathode Supply voltage at the 
nominal level. Since the output voltages at the other 
secondary winding taps are related by turns ratios to the 
Cathode Supply voltage, all voltages are held in regulation. 



When the Cathode Supply voltage is at the proper level 
(-2 kV), the sum of the currents through R4334 and the 
19-Mfi resistor internal to High Voltage Module U4310 
holds the voltage developed across C4344 at zero volts. 
This balance condition sets the base drive of Q4350 via 
regulator U4366A. Varying the base drive to Q4350 holds 
the secondary voltages in regulation. 



The positive half cycle is applied to the junction of 
CR4423 and CR4422 via resistor R4341 . Clamping diode 
CR4423, Transistor Q4331, and associated components 
form a voltage clamp circuit that limits the positive swing 
of the ac waveform at Test Point 72. 



Transistor Q4331 is an inverting operational amplifier, 
with C4332 and R4336 as the feedback elements. The 
feedback current through R4336 develops a voltage 
across the resistor that is positive with respect to the 
+42.6 V on the base of the transistor. The value of this 
voltage plus the diode drop across CR4423 sets the upper 
clamping threshold. Grid Bias potentiometer R4354 sinks 
varying amounts of current away from the base node of 
the transistor operational amplifier setting the feedback 
current through R4336. The adjustment range of the pot 
can set the nominal clamping level between +71 V and 
+ 133 V. 



3-42 



Theory of Operation — 2465B/2467B Service 



Z-AXIS 
OUTPUT 
(VZ OUT) 



AC DRIVE 
FROM PIN 
OF T4340 



+150V 
OV 
-150V 



n 



+8V TO +73V 
+8V 



R4413 

■AAAr 



13 



iA 



+105V 
+78V 

+8V 



C4343 R4343 

— 1( VVWAVr 



R4412 



CR4422 



R4341 



CR4342 , 




R4421 

-A/W- 



15 




9-1 



R4364 

AW 



U4366B 
+\ R4333 

WV 




C4430, 



R4372 < 



R4373 



PARTIAL U4310 



D 



c 



B 



A E 



Jl 



1900V 

-1920V 



-19B5V 

CONTROL GRID 



CATHODE 



DS4410 



+42V 



CR4331 



U4332A 
+\ R4332 



V CR4423 
C4422 



f77 




C4332 
R4336 

♦ — vw 



i L Q 433 * 



+42V 



FROM ANODE 
CURRENT 
LIMITER 



-15V 



6019-06 



Figure 3-10. Dc restorer circuit (2467B only). 



During the time diode CR4423 is reverse biased (not 
clamping the positive peaks), transistor Q4331 is kept 
biased in the active region by the charge retained on 
C4422 from the previous positive clamping cycle. As the 
positive amplitude of the ac waveform at Test Point 72 
exceeds the voltage at the collector of Q4331, diode 
CR4423 becomes forward biased, and the ac waveform is 
clamped at that level. Any current greater than that 
required to maintain the clamp voltage will be shunted to 
the +42-V supply by transistor Q4331. 



Operational amplifier U4332A sinks a time-dependent 
variable current away from the base of Q4331 that 
modifies the crt grid bias during the first few minutes of 



instrument operation. The circuit compensates for the 
changing grid drive characteristics of the crt as it warms 
up. 

At power-up, capacitor C4430 begins charging through 
R4333 toward the Positive voltage on pin 7 of U4366B. 
The voltage is relative to the setting of grid bias poten- 
tiometer R4354. The output of U4332A follows the rising 
voltage on pin 3 and after about ten minutes (for all practi- 
cal purposes) reaches the voltage on pin 7 of U4366B. As 
the output voltage slowly increases, the charging current 
through R4332 causes the Grid Bias voltage to gradually 
decrease from its power-on level. If instrument power is 
momentarily turned off and then back on, the crt cathode 
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will stili be warm when power is restored. The output of 
U4332A will still be near the voltage on U4366B pin 7 
rather than starting over at zero volts as when the crt 
cathode was cold, because the charge on C4430 dissi- 
pates slowly during the power off time. 



Z-AXIS DRIVE LEVEL. The variable-level Z-Axis signal 
(VZ OUT) establishes the lower clamping level of the ac 
waveform applied to the High Voltage Module. When the 
negative peaks of the AC waveform are below the Z-Axis 
signal level, CR4422 becomes forward biased, and the 
negative ac waveform peaks are clamped at the Z-Axis 
signal level. An image of the Z-axis signal can be seen in 
the shaped ac waveform on Test Point 72. The VZ OUT 
level may vary between +8 V and +75 V, depending on 
the settings of the front-panel INTENSITY, READOUT 
INTENSITY, Max Grid Drive controls, and Sweep mode. 

The shaped ac waveform, now carrying both the grid- 
bias and the Z-Axis drive information, is applied to a DC 
Restorer circuit in the High Voltage Module where it is 
raised to the high-voltage levels of the crt cathode, and it 
supplies the negative bias to the crt control-grid. 



DC RESTORATION. The DC Restorer circuit in the 
High Voltage Module is referenced to the crt cathode 
voltage via a connection to pin 2 of U4310. 

Capacitor C (in Figure 3-10), connected to pin 15 of 
U4310, initially charges to a level determined by the 
difference between the Z-axis signal level (Test Point 72) 
and the crt cathode potential through R4421 , diode A, and 
resistor E. Capacitor D is charged to a similar dc level 
through resister F and R4419. 



When the shaped ac waveform applied to pin 1 5 begins 
its transition from the lower clamped level (set by the Z- 
Axis signal) towards the upper clamped level (set by the 
Grid Bias pot.), the charge on capacitor C increases 
through diode A and resistor E. The additional charge is 
proportional to the voltage difference between the two 
clamped voltage levels. 



The potential difference between the control grid and 
the cathode controls the beam current and thus the 
display intensity. With no Z-Axis signal applied (INTEN- 
SITY control off), capacitor D will be charged to its max- 
imum negative value, since the difference between the two 
clamped voltage levels is at its maximum value. This is the 
minimum intensity condition and reflects the setting of the 
Grid Bias potentiometer. During calibration, the Grid Bias 
pot is adjusted so that the difference between the upper 
clamping level (set by the Grid Bias pot) and the "no sig- 
nal" level of the Z-Axis drive signal (VZ OUT) produces a 
control grid bias that barely shuts off the crt electron 
beam. 



As the INTENSITY control is advanced, the amplitude 
of the square-wave Z-Axis signal increases accordingly. 
This increased signal amplitude decreases the difference 
between the upper and lower clamped levels of the ac 
waveform. This decreases the potential difference between 
the control grid and the cathode, and more crt beam 
current is allowed to flow. Increased beam current 
increases the crt display intensity. 



The fast-rise and fast-fall transitions of the Z-Axis sig- 
nal are coupled to the crt control grid through capacitor D. 
This ac-coupled fast-path signal quickly sends the crt elec- 
tron beam to the new intensity level, then the slower DC 
Restorer path through capacitor C "catches up" to handle 
the DC and low-frequency components of the Z-Axis drive 
signal. 



Anode Current Limiter and Multiplier 

The Anode Current Limiter keeps maximum Intensity to 
a comfortable viewing level. It also protects the Micro 
Channel Plate element from excessive aging. The anode 
multiplier provides the CRT with the necessary high volt- 
age accelerating potential. 



ANODE CURRENT LIMITER. The maximum anode 
current is limited to a safe value during high intensity drive 
conditions by increasing the crt control-grid DC bias. This 
increased grid bias reduces the cathode current which 
limits the maximum number of electrons arriving at the 
MCP, the Anode, and the CRT screen. 

The circuit is composed of Q4300 and Q4301 and asso- 
ciated circuitry to form a comparator which increases crt 
grid bias at high intensity settings, and also limits max- 
imum intensity. 

Q4301 is biased at —5 V and is off at low to medium 
crt intensity settings. Peak anode current is sampled and 
averaged across R4300 and C4300. Darlington Emitter 
Follower Q4300 is configured as a voltage follower to 
current converter. The voltage difference between emitter 
of Q4300 and emitter Q4301 is converted to current 
through R4304. At low crt intensity settings the base of 
Q4300 is near zero and the emitter is about —1.5 volts. 
Therefore, all current flowing through R4306 flows through 
Q4300. During high intensity drive conditions CRT anode 
current produces an average voltage greater than -4.4 
Volts across R4300, C4300 and the base of Q4300. When 
the emitter is greater than about -5.8 volts, part of the 
current flowing in Q4300 starts flowing through R4304 and 
into emitter of Q4301. The increasing collector current 
through Q4301 goes into the base node of inverting opera- 
tional amplifier Q4331 and raises the grid bias clamping 
voltage on the collector of Q4331. This increasing clamp- 
ing voltage increases the CRT grid bias until the anode 
current is limited. Operation of crt grid biasing is explained 
in detail in Grid Bias Level. 
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ANODE MULTIPLIER. The Anode Multiplier circuit (also 
contained in High Voltage Module U4310) uses a 6X 
voltage multiplier to produce the +15 kV CRT anode 
potential. It can be thought of as three voltage-doubler 
circuits in series. 



The first negative half-cycle charges the 0.001 -^f input 
capacitor (connected to pin 8 of the High Voltage Module) 
to a value of 2.5 kV through the diode connected to pin 
1 0. The following positive half cycle adds its voltage to the 
voltage stored on the input coupling capacitor via the 
second diode, generating +5 kV on the 0.001 -^f filter 
capacitor connected to pin 10 of U4310. The following 
cycles continue to boost up succeeding capacitors to 
values 2.5 kV higher than the preceding capacitor until all 
six capacitors are fully charged. This places the output of 
the last capacitor in the multiplier at +15 kV above 
ground potential. Once the multiplier reaches operating 
potential, succeeding cycles replenish current drawn from 
the Anode Multiplier by the crt beam. The 1-Mfi resistor in 
series with the output to the CRT Anode protects the 6X 
multiplier by limiting the anode current to a safe value. 



Focus Circuitry 

The Focus Circuitry is composed of six control circuits 
to drive five CRT Elements. The (1) Dynamic and (2) Static 
Focus circuits combine to drive the crt Focusing Electrode 
V901 pin 4. The four remaining circuits also affect spot 
focusing and they are: (3) PDD Lens and Wall Band Sup- 
ply to J4391 . (4) Rear MCP Supply to TP4302, (5) Astig- 
matism to pin 12, and (6) Edge Focus to pin 8. 



DYNAMIC FOCUS. The dynamic focus amplifier, in 
conjunction with the auto-focus circuitry of Z-Axis hybrid 
U950 (diagram 6), provides optimum focus of the crt beam 
for all settings of the front-panel INTENSITY control. 



The focusing electrode dynamically tracks changes in 
the display intensity. The VQ OUT signal, applied to the 
crt through the dynamic focus amplifier consisting of 
Q4422, Q4402, Q4403 and associated components is 
exponentially related to the VZ OUT (intensity) signal. 



To keep the output signal within the dynamic range of 
the amplifier, the input is level shifted positive by coupling 
capacitor C4412 and clamping diode CR4421 which limits 
negative signal peaks to -0.6 volts. Resistor R4414 in 
conjunction with feedback resistor R441 1 set the inverting 
operational amplifier gain to less than one (-.87)- Offset 
resistor R4415 and feedback resistor R4411 set the DC 
output at +60 volts. Emitter follower Q4422 provides 
current gain to drive voltage amplifier Q4402 which uses 
Q4403 as a constant current load. Coupling capacitor 
C4411 provides an AC signal to Q4403 to also use it as 
an AC voltage amplifier. The output is AC coupled to CRT 



pin 4 which is also supplied a high negative DC focus volt- 
age from the static focus circuit. Current limiting resistor 
R4405 and diodes CR4410 and CR4411 across Q4402 
and Q4403 respectively protect the transistors from CRT 
voltage transients. 



STATIC FOCUS. During calibration, FOCUS 
potentiometer R976 is pre-set to mid-range. Focus Range 
(R4430) and ASTIG (R977) potentiometers are then set for 
optimum focus of the CRT beam at low intensity. After 
calibration the Focus Range and ASTIG pots remain as 
set, and the FOCUS control is positioned as required 
when viewing the displays at various intensity settings. 

The static focus amplifier consists of shunt-feedback 
inverting operational amplifier Q4432 and associated com- 
ponents. The output of the amplifier controls the zero to 
-320 volts at R4431, the bottom end of the focus range 
divider. The negative cathode voltage is connected to 
R4434, the top end of the focus range divider. Static focus 
amplifier Q4432 inverts and amplifies the Focus control 
voltage, the output sets the voltage at R4431, the bottom 
end of the focus range divider. The wiper of R4430, the 
middle of the focus range divider, supplies the static focus 
voltage to the CRT Focusing Electrode, pin 4. 



PDD LENS AND WALL BAND SUPPLY (-1 kV). The 

Wall Band Supply consists of high voltage transistor 
Q4440, four 200 V Zener diodes, and associated circuitry. 
Voltage divider resistors R4441 and R4442 provide -1 kV 
to the base of Q4440, an emitter follower pass transistor. 
Q4440 provides current gain and -1 kV for the PDD Lens 
and Wall Band CRT elements through current limiting 
resistor R4472. Q4440 also provides current and voltage 
to set the MCP Rear Supply. 

MCP REAR SUPPLY (-1.1 kV). The MCP Rear Supply 
consists of 100-V Zener diode VR4450 which is connected 
to Q4440 in the Wall Band Supply, and R4440, which is 
connected to the -2 kV Cathode supply. It supplies 
-1.1-kV to the rear of the MCP through current limiting 
resistor R4471 . Diode CR4440 protects the base of Q4440 
against reverse bias conditions. 

ASTIGMATISM. Initially, at the time of adjustment, the 
FOCUS and ASTIGmatism potentiometers are set for 
optimum focus of the crt beam at low intensity. After that 
initial adjustment, the ASTIG pot normally remains as set, 
and the FOCUS control is positioned as required while 
viewing the display. 

The ASTIGmatism amplifier is composed of U4332B 
(operational amplifier integrator), Q4454, and associated 
components. The small input control voltage of zero to +5 
volts DC is inverted by U4332 and the output voltage is 
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changed to a current through R4453 to the emitter of 
Q4454. Common base amplifier Q4454 is used as a 
current to high voltage converter with a large output swing 
of 85 volts (+75 volts to minus 10 volts). The output is 
bypassed before going through current limiting resistor 
R4452 to the Astigmatism grid, pin 8. 



EDGE FOCUS. Edge Focus potentiometer R4342 
adjusts the voltage to optimize the edge focus of the 
displayed waveform. The potentiometer can swing the 
voltage on CRT pin 12 above and below the +42 volt level 
on Anode 1 . 



MCP-CRT Control Circuits 

The CRT Control circuits provide the signal attenuation 
factors and various level setting potentials to drive the ele- 
ments of the CRT. The signal portion terminates the Verti- 
cal deflection plate delay elements and is called Vertical 
Termination. The three level setting circuits produce 
currents and voltage levels necessary for the CRT to 
operate properly. The Trace Rotation, Geometry, and Y- 
Axis Alignment complete the necessary adjustments for 
proper crt operation. 



VERTICAL TERMINATION. CRT termination 
adjustment R1301 is set to match the vertical deflection 
plates to Vertical Output Amplifier U600 (diagram <6>, 
2467B). 



TRACE ROTATION. TRACE ROTATION potentiometer 
R975 is a front-panel screwdriver-adjustable control. It 
controls the amount of positive or negative current through 
trace rotation coil L90. The adjustment magnetically 
rotates both the x-axis and y-axis deflections of the CRT 
trace so that the trace can be aligned to the internal 
graticule markings. 

GEOMETRY. Geometry potentiometer R4350 controls 
the voltage that optimizes the geometry of the displayed 
waveform. It can adjust the voltage on CRT pin 10 above 
and below the +42 volt level on Anode 1. 

Y AXIS ALIGNMENT. Y-AXIS (vertical) ALIGNMENT 
potentiometer R4370 rotates the the beam after vertical 
deflection but before horizontal deflection. This adjustment 
controls the amount of positive or negative current through 
the Y-Axis Alignment coil. The coil is located between the 
vertical and horizontal deflection plates and is wound on 
the neck of the crt. Current through the coil magnetically 
rotates the vertical portion of the trace. The control is 
adjusted to produce precise perpendicular alignment 
between the x-axis and y-axis deflections. 



LOW VOLTAGE POWER SUPPLY 



The low voltages required by the instrument are pro- 
duced by a high-efficiency, switching power supply. This 
type of supply directly rectifies and stores charge from the 
ac line supply; then the stored charge is switched through 
a special transformer at a high rate, generating the various 
supply voltages. 



Line Rectifier 

Ac line voltages of either 115 V or 230 V may provide 
the primary power for the instrument, depending on the 
setting of LINE VOLTAGE SELECTOR switch S90 
(located on the instrument rear panel). Power Switch S350 
applies the selected line voltage to power supply rectifier 
CR1011. 



With the selector switch in the 115 V position, the 
rectifier and storage capacitors C1021 and C1022 operate 
as a full-wave voltage doubter. When operating in this 
configuration, each capacitor is charged on opposite half 
cycles of the ac input, and the voltages across the two 
capacitors in series will approximate the peak-to-peak 
value of the source voltage. For 230 V operation, switch 
S90 connects the rectifier as a conventional bridge 
rectifier. Both capacitors charge on both input half cycles, 
and the voltage across C1021 and C1022 in series will 
approximate the peak value of the rectified source voltage. 
For either configuration, the dc voltage supplied to the 
power supply inverter is the same. 



Thermistors RT1010 and RT1016 limit the surge 
current when the power supply is first turned on. As 
current flow warms the thermistors, their resistances 
decrease and have little effect on circuit operation. 
Spark-gap electrodes E1001 and E1002 are surge-voltage 
protectors. If excessive source voltage is applied to the 
instrument, the spark-gaps conduct, and the extra current 
flow quickly exceeds the rating of fuse F90. The fuse then 
opens to protect the instrument's power supply. The EMI 
(electromagnetic interference) filter, inductors L1011 and 
L1012, capacitors C1016 and C1018, and resistors R1011, 
R1012, R1016 and R1018 form a line-filter circuit. This 
filter, along with common mode rejection transformer 
T1020, prevents power-line interference from entering the 
instrument and prevents power supply switching signals 
from entering the supply line. 



Preregulator Control 

The Preregulator Control circuit monitors the drive volt- 
age applied to inverter output transformer T1060 and 
holds it at the level that produces proper supply voltages 
at the secondary windings. 
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The Prereguiator Control circuit consists primarily of 
control IC U1030, its switching buffers, and its power sup- 
ply components. The control IC senses voltage on the pri- 
mary winding of T2060 and varies the "on time" of a 
series-switching transistor, depending on whether the 
sensed voltage was too high or too low. The switching 
transistor Q1050, rectifier CR1050, choke T1050, and 
capacitor C1050 form a buck-switching regulator circuit. 
The output voltage at W1060 is proportional to the pro- 
duct of the rectified line voltage on C1020-C1022 and the 
duty cycle of Q1050. In normal operation, Q1050 is on 
about one-half the time. When Q1050 is off, current flows 
to W1060 and T1060 through CR1050. 



PREREGULATOR CONTROL POWER SUPPLY. Since 
the Prereguiator Control network controls supply startup 
and preregulates the secondary supplies, an independent 
power source must be established for it before any of the 
other power supplies will operate. The independent power 
supply for the control circuitry is composed of Q1021, 
Q1022, and associated components. 



Initially, when instrument power is applied, the positive 
plate of capacitor C1025 is charged toward the positive 
rectified line voltage through R1020. The voltage at the 
base of Q1022 follows at a level determined by the voltage 
divider composed of R1022, R1024, CR1023, and the load 
within U1030. When the voltage across C1025 reaches 
about +21 V, the base voltage of Q1022 reaches +6.8 V 
and Q1022 turns on, saturating Q1021. The +21 V on 
the emitter of Q1021 appears at its collector and estab- 
lishes the positive voltage supply for the Prereguiator IC. 
With Q1021 on, R1024 is placed in parallel with R1022, 
and both Q1022 and Q1021 remain saturated. 



The +21 V level begins to drain down as the control IC 
draws current from C1025. If the Prereguiator Control IC 
doesn't start the switching supply (and thus recharge 
C1025 and C1023 via CR1022) by the time the voltage 
across C1025 reaches about +8 V, Q1021 will turn off. 
Resistor R1024 pulls the base of Q1022 low and turns 
that transistor off also. (Capacitor C1025 would only 
discharge low enough to turn off the transistors under a 
fault condition.) In this event, C1025 would then charge 
again to +21 V, and the start sequence would repeat. 
Normally, the control IC will start Inverter action before the 
+8 V level is reached, and current is drawn through 
T1050 via Q1050. This induces a current in the secondary 
winding of T1050 via Q1050. This induces a current in the 
secondary winding of T1050 and charges C1025 positive 
via diode CR1022. The turns ratio of T1050 sets the 
secondary voltage at approximately +15 V; and, as long 
as the supply is being properly regulated, C1025 will be 
charged up to that level and held there. 



PREREGULATOR START-UP. As the supply for the 
Prereguiator Control IC is established, an internal 
switching oscillator begins to run. The oscillator generates 
a repetitive triangular wave (as shown in Figure 3-11) at a 
frequency determined primarily by R1032 and C1032. The 
simplified schematic of Figure 3-12 illustrates the voltage 
control functions of U1030. 



As the Prereguiator power supply turns on, capacitor 
C1034 charges from the +5 V reference level toward 
ground potential through R1034 and R1037. As it does, 
the voltage at pin 4 (one input of Dead-Time Comparator 
U1) will pass through the positive-peak value of the tri- 
angular waveform on the other input of the Dead-Time 
Comparator. The comparator will then begin outputting 
narrow pulses that become progressjvely wider as the 
voltage on pin 4 settles to zero volts.'These pulses drive 
switching transistor Q1050, and their slow progression 
from narrow to wide causes the various secondary sup- 
plies to gradually build up to their final operating levels. 
The slow buildup prevents a turn-on current surge that 
would cause the current-limit circuitry to shut down the 
supply. 



During startup, capacitor C1072 acts as a substantial 
load, and a relatively large current flows in the windings of 
T1050 for the first few cycles of Prereguiator switching. 
These strong current pulses ensure that storage capacitor 
C1066 becomes charged sufficiently to start the Inverter 
Drive circuit. Once the Inverter Drive stage is operating, 
the normal switching current through T1050 maintains the 
required charge on C1066. (The Inverter Drive power sup- 
ply is discussed later in this description.) 



Dead-Time Comparator U1 is referenced at approxi- 
mately 0.1 V above the ground level at pin 4 (established 
when C1034 becomes fully charged) and outputs a nar- 
row, negative-going pulse that turns off switching transis- 
tor Q1050 for a portion of each switching cycle. This off 
time ensures that flip-flop U1064B in the Inverter Drive cir- 
cuit toggles every cycle (thereby maintaining the proper 
duty cycle), independent of the voltage conditions being 
sensed by the remainder of the voltage control circuitry. 



PREREGULATION. Once the initial charging at power- 
up is accomplished, as just described, the voltage-sensing 
circuitry begins controlling the Inverter switching action. 
The actual voltage sensing is done by error amplifier U2. 
The level at the center tap of output transformer T1060 is 
applied to pin 1 and is compared to the reference 
established by R1045 and R1046 at pin 2. If the sensed 
level at pin 1 is lower than the reference level (as it will 
always be for the first few switching cycles), the of error- 
amplifier U2 will be LO. The LO, applied to the inverting 
input of U3, results in a long-duty-cycle drive signal to 
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transistor Q1050 (via CR1030). Since the Inverter Drive 
stage will alternately turn either Q1060 or Q1070 on, 
relatively large current pulses will result in the primary 
winding of inverter output transformer T1060. 

These large current pulses, over the period of a few 
cycles, will increase the charge on the storage capacitors 
on the secondary side of the transformer and will reduce 
the current demand on the inverter output transformer. As 
the demand increases, the voltage across the primary 
winding will increase until it reaches the point where the 
two inputs of U2 are at the same potential. At this point, 
the output of U2 (to U3) will settle to a level approximately 
equal to the midpoint of the triangular waveform applied to 



the other input of U3. The resulting drive signal has an 
approximate 50% duty cycle and will respond to changes 
in either the ac line voltage or supply load conditions. 
Depending on the output levels sensed, the duty cycle of 
the drive signal will change (sensed level rises or falls with 
respect to the triangular waveform) to hold the secondary 
supplies at their proper levels. 



Opto-isolator U1040 and resistor R1044 form a control 
network that allows a voltage sensed at the feedback 
input (FB) to slightly alter the voltage-sense reference 
applied to pin 2 of U2. The FB signal is generated by the 
+5 V Inverter Feedback amplifier (U1371, diagram 10) and 
is directly related to the level of the +5V D supply line. 
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Figure 3-11. Timing relationships of the Inverter Drive signals. 
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Base drive to the shunt transistor (in opto-isolator U1040) 
is increased should the FB signal go below its nominal 
value. Additional current is shunted around R1045 (via 
R1044) and raises the voltage-sense reference level to 
error-amplifier U2. This increases the voltage applied to 
the primary winding of the output transformer, since U2 
sensing depends on a balanced condition. Higher currents 
are induced in the secondary windings, and the secondary 
voltages begin to return to their nominal values. As the 
+5V D line returns to its nominal level, base drive to the 
shunt transistor will be reduced and the voltage in the pri- 
mary winding will follow. Should the FB signal level tend 
too high, opposite control responses occur. Further infor- 
mation about the FB signal is given in the +5 V Inverter 
Feedback description. 



Error amplifier U4 and the voltage divider composed of 
R1035 and R1031 provide a backup sensing circuit. Its 
operation is similar to that of error amplifier U2, just 
described, but it senses at a slightly higher level. As long 
as U2 is operating properly, U4 will be inactive. However, 
should a failure occur in the U2 sensing circuitry, the volt- 
age on the primary winding of T1 060 will rise to the sens- 
ing level at pin 1 5 of U4. Sense amplifier U4 will then take 
over, preventing a damaging over-voltage condition. 



Inverter Drive 

The Inverter Drive circuit performs the necessary 
switching to drive the inverter output transformer. Like the 
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Figure 3-12. Simplified schematic of control network. 
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Preregulator Control IC, the Inverter Drive circuit requires 
an independent power supply, since it must be operational 
before any of the secondary supply voltages can be gen- 
erated. 



INVERTER DRIVE POWER SUPPLY. This power supply 
consists of Q1062, VR1062, and their associated 
components. As power is first applied, the initial charging 
current through T1050 induces a current in the 
transformer secondary winding (pins 8 and 9). The 
alternating current is rectified by the diode bridge 
composed of CR1062, CR1063, CR1064, and CR1065 and 
stored in C1066, providing power for the Inverter Drive 
circuitry. 

When the Preregulator Control IC turns switching 
transistor Q1050 on for the first time, the charge stored on 
C1066 during the initial charging period is sufficient to 
properly turn on one of the current-switching transistors 
(either Q1060 or Q1070) for the first cycle. After that, the 
alternating drive signals continue to induce current into the 
secondary winding of T1 050 to provide operating power as 
long as the instrument is turned on. 



The current rectified by the diode bridge and stored on 
capacitor C1066 is regulated down to the required voltage 
level by R1061, VR1062, and Q1062. Zener diode 
VR1062 references emitter-follower Q1062 and holds the 
supply output at approximately + 1 1 .4 V. 



INVERTER DRIVE GENERATOR. The Inverter Drive 
generator consists of U1062, U1064, U1066, switching 
transistors Q1060, Q1070 and their associated 
components. The circuitry alternately switches current 
through each leg of the output transformer (T1060) 
primary winding and produces the ac current required for 
transformer action. 



Out-of-phase input signals to comparator U1062C come 
from two resistive voltage dividers place in either leg of 
one secondary winding of T1 050. The comparator detects 
the phase changes (crossover points) of the secondary 
current caused as Q1050 switches on and off. Every com- 
plete on-off cycle of Q1050 produces a positive clock at 
pin 14 of U1062C that toggles flip-flop U1064B. The tog- 
gling alternately turns switching transistors Q1060 and 
Q1070 on, each with an approximate 50% duty cycle. 



Comparators U 1062 A and U1062B, at the Q and Q 
output of the flip-flop, detect the precise crossing point of 
the toggling drive signals and ensure that only one switch- 
ing transistor will be on at any one time. These mutually- 
exclusive drive signals are buffered by inverters U1066A 
and U1066B and applied to switching transistors Q1060 
and Q1070 to alternately turn them on and off at one-half 



the switching rate of Q1050. By alternately switching 
opposite ends of the primary winding to ground, the 
current flowing through switching transistor Q1050 will 
flow alternately in each half of the primary winding. This 
produces ac voltages at the secondary windings that are 
then rectified, providing the various unregulated dc supply 
voltages. 



Current Limit 

The Current Limit circuit, composed of transistor Q1 040 
and the associated components, limits the maximum 
current flow in the output transformer to about 1 ampere. 
Resistor R1040 (connected to the Preregulator Control IC 
+ 15 V supply) forward biases germanium diode CR1040 
and applies approximately +0.3 V across the base-to- 
emitter junction of Q1040. Current flowing to the output 
transformer develops a voltage drop across R1050 that 
adds to the bias developed by CR1040. As the current to 
the transformer increases, the voltage drop across R1050 
also increases until, at around 1 A, the combined voltage 
drop across R1050 and CR1040 forward biases transistor 
Q1040. The base of Q1022 is pulled negative through 
R1042, and the +15 V supply for the Preregulator IC 
turns off (see Preregulator Control description). The power 
supply will try to restart itself; but, as long as the 
excessive-current condition persists, the current-limit cir- 
cuit will keep shutting the supply down, protecting the 
instrument. 



Rectifiers 

The rectifiers convert the alternating current from the 
secondary windings of inverter output transformer T1060 
to the various dc supply voltages required by the instru- 
ment. Rectification is done by conventional diode rectifier 
circuits, and filtering is done by conventional LC networks. 



The +87 V unregulated supply is produced by a 
voltage-doubler circuit. The positive plate of C1130 at the 
anode of CR1132 is referenced at approximately +45 V 
through diode CR1131 (to the +42 V unregulated supply). 
As the positive half cycle from the 42 V secondary winding 
(actually about +45 V peak) is applied to the negative 
plate of C1130, the positive plate is elevated to a peak 
value of approximately +90 V. Diode CR1132 becomes 
forward biased and storage capacitor C1 1 32 is charged to 
about +90 V. Following cycles replenish the charge 
drawn off by the loads on the +87 V supply line. 



Line Signal 

A sample of the ac line voltage is coupled to the Trigger 
circuit by transformer T1229 and provides the LINE TRIG 
signal to the Trigger hybrid. Transformer current is limited 



3-50 



Theory of Operation— 2465B/2467B Service 



to a safe value by resistors R1014 and R1015 placed in 
series with the primary winding leads. The transformer's 
output characteristics are matched to the input of the 
Trigger circuit hybrid by R1208 and C1208. 



Line Up Signal 

The circuit composed of Q1029, opto-isolator U1029, 
and their associated components, detects when power has 
been applied to the instrument and the Preregulator Con- 
trol power supply is functioning properly. When the 
rectified line voltage reaches proper operating voltage, the 
voltage divider composed of R1027 and R1028 forward 
biases Q1029. As soon as the Preregulator Control power 
supply turns on, current flows through R1029, Q1029, and 
the opto-isolator LED. The illuminated LED saturates 
transistor U1029 and the LINE UP signal to the Power-Up 
Delay circuit (diagram 1) is pulled HI, indicating that the 
Preregulator Control circuit should now be functioning 
properly. 



POWER DOWN. When instrument power is turned off, 
the voltage across the primary storage capacitors (C1021 
and C1022) begins to fall as the capacitors discharge. As 
the voltage drops, the bias current through R1027 to the 
base of Q1029 also drops until the bias voltage across 
R1028 reaches a point about 2 V above the average 
transformer drive level at pin 2 of U1029. At this point, 
Q1029 turns off, and the LINE UP signal to the Power-Up 
Delay circuit goes LO. This LO signals the Microprocessor 
that it should start its power down routine. 



LOW-VOLTAGE REGULATORS 



The Low-Voltage Regulators remove ac noise and rip- 
ple from the various unregulated dc supply voltages. Each 
regulator output is automatically current limited if the out- 
put current exceeds the requirements of a normally func- 
tioning instrument. This limiting prevents any further com- 
ponent damage. 



+ 10 Volt Reference 

Each of the power-supply regulators control their 
respective outputs by comparing their output voltages to a 
known reference level. In order to maintain stable supply 
voltages, the reference voltage must itself be highly stable. 
The circuit composed of U1290, U1300C and associated 
components establish this reference. 



Resistor R1400 and capacitor C1400 form an RC filter 
network that smooths the unregulated +15 volt supply 
before it is applied to voltage-reference IC U1290. The 
+2.5 V output from pin 2 of U1290 is applied to the nonin- 
verting input of operational amplifier U1300C. The output 
of U1300C is the source of the +10 V reference level 
used by the various regulators. The output level is set by 
the voltage divider formed by R1291, R1293, and poten- 
tiometer R1292. The Volt Ref Adjust pot in the divider 
allows the reference level to be precisely set. Zener diode 
VR1292 prevents the reference from exceeding +11 volts 
should a failure in the reference circuitry occur. 



The Line Up circuit tells the Microprocessor that the pri- 
mary capacitors have started discharging while there is 
still a stored charge (set by R1027 and R1028) about 40% 
in excess of that required to keep the power supply volt- 
ages in regulation. This allows the Microprocessor to com- 
plete the power-down sequence before the supplies drop 
below their normal operating level. Further information 
about the power-down sequence is given in the Micropro- 
cessor Reset Control description. 



Fan Circuit 

Fan motor B10 is driven by adjustable three terminal 
regulator U1110. The fan's speed is determined by the 
voltage supplied by U1110 and varies with ambient tem- 
perature. 



As the ambient temperature in the cabinet increases, 
the resistance of thermistor RT1110 decreases causing 
more current to flow in R1112. This causes the voltage at 
pin 2 and therefore the voltage at pin 3 of U1110 to 
increase, and the fan motor speed increases to provide 
more cooling capacity. 



+87 V Regulator 

The +87 V Regulator is composed of Q1220, Q1221, 
Q1222, Q1223, U1281A, and their associated components. 
The circuit regulates and limits both the voltage and 
current of the supply output. 



Initially, as power is applied, the voltage applied to pin 2 
of U1281A from the voltage divider formed by R1227 and 
R1228 is lower than the +10 V reference level applied to 
pin 3. The output of U1281A is forced high, reverse bias- 
ing the base-emitter junction of Q1222 and turning it com- 
pletely off. With Q1222 off, all the current through R1212 
is supplied as base current to Darlington transistor pair 
Q1221 and Q1220, and maximum current flows in series- 
pass transistor Q1220. This charges up the various loads 
on the supply line, and the output level charges positive. 



As the regulator output charges toward +87 V, the 
voltage divider applies a positive-going voltage to the 
inverting input of U 1281 A. When the output level reaches 
+87 volts, the inverting input reaches the +10 V refer- 
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ence at the noninverting input. The output voltage at pin 1 
of U1281A will go negative and the base-emitter junction 
of Q1222 will be biased into the active region. As Q1222 
turns on, base drive for the Darlington pair (Q1221 and 
pass transistor Q1220) is reduced. The output will be held 
at the level required (+87 V) for voltage at the two inputs 
of amplifier U 1281 A to be in balance. 



Current limiting is a foldback design and is performed 
by Q1223 and its associated components. Under normal 
current demand conditions, Q1223 is off. If the regulator 
output current exceeds approximately 100mA (as it might 
if a component fails), the voltage drop across R1221 and 
CR1220 reaches a point that forward biases Q1223 via 
the bias divider formed by R1222 and R1223. As Q1223 
turns on, a portion of the base-drive current to Q1221 is 
shunted away by Q1223. This reduces the base-drive 
current (and thus the output current) of series-pass 
transistor Q1220. 



+42 V Regulator 

The circuit configuration and operation of the +42 V 
Regulator is identical to that of the +82 V Regulator. 
Current limiting of the +42 V supply occurs at approxi- 
mately 400 mA. Base drive to Darlington pair Q1241 and 
Q1240 is via R1244 and is dependent on proper operation 
of the +87 Volt Regulator. This dependency ensures that 
the relative polarities of the two supplies are never 
reversed (preventing semiconductor-junction damage in the 
associated load circuitry). 



+ 15 V Regulator 

The +15 V Regulator uses three-terminal regulator 
U1260 and operational amplifiers U1371A and U1371B, 
arranged as voltage sensors, to achieve regulation of the 
+ 15 V supply. The three-terminal regulator holds its out- 
put voltage at pin 2 at 1.25 volts more positive than the 
reference input level at pin 1 . The voltage at the reference 
pin is established by current flow in either diode CR1262 
orCR1263. 



Resistors R1261 and R1262 at the regulator output 
divide the +15 V level down for comparison with the +10 
V reference applied to pin 5 of operational amplifier 
U1371B. When the input voltage at pin 6 (supplied by the 
voltage divider) is lower than the +10 V reference, the 
output of amplifier U1371B is high and the output voltage 
of U1260 is allowed to rise. As the regulator output 
reaches +15 V, the voltage on pin 6 of U1371B 
approaches the level on pin 5, and the amplifier begins 
sinking current away from the reference pin of the three- 
terminal regulator via diode CR1263. This lowers the volt- 
age on the reference pin and holds the output at +15 v. 



The other voltage-sensing amplifier (U1371A) ensures 
that the relative polarity between the +15 V supply and 
the +42 V supply is maintained, preventing component 
damage in the load circuitry. Should the +42 V supply be 
pulled below +15 V (excessive loading or supply failure), 
the voltage at pin 3 of U1371A falls below the voltage at 
pin 2 and the amplifier output voltage goes low. This for- 
ward biases CR1262 and lowers the reference voltage for 
U1260, reducing the output voltage. 



Current limiting for the +15 V supply is provided by the 
internal circuitry of the three-terminal regulator. 



+ 5 V Regulator 

Regulation of the +5 V supply is provided by a circuit 
similar to those of the +87 V and the +42 V Regulators. 
As long as the relative polarity between the +15 V and 
the +5 V supplies is maintained, base drive to Q1281 is 
supplied through R1283. The current through Q1281 pro- 
vides base drive for series-pass transistor Q1 280. 



When voltage-sense amplifier U1300B detects that the 
output voltage has reached +5 V, it begins shunting 
base-drive current away from Q1281 via CR1281 and 
holds the output voltage constant. 



Current limiting for the +5 V supply is done by U1300A 
and associated components. Under normal current- 
demand conditions, the output of U1300A is high and 
diode CR1282 is reverse biased. However, should the 
current through the qurrent-sense resistor R1281 reach 
approximately 2 A, the voltage developed across R1281 
will raise the voltage at pin 2 of U1300A (via divider R1282 
and R1286) to a level equal to that at pin 3. This causes 
the output of U1300A to go low, forward biasing CR1282. 
This sinks base drive current away from Q1281 and 
lowers the output current in series-pass transistor Q1280. 



— 15 V Regulator 

Operation of the — 1 5 V Regulator, composed of three- 
terminal regulator U1330, operational amplifier U1270C, 
and their associated components, is similar to that of the 
+ 15 V Regulator with the following major changes. The 
control voltage at the three-terminal regulator's reference 
pin (pin 1) is established by the current through series- 
resistors R1333 and R1334. The reference pin is clamped 
by CR1332 at about -5.6 V should a failure in the sens- 
ing network occur. (Clamping also prevents latchup of the 
operational amplifier during start-up of the power supply.) 
Finally, the sensing divider formed by R1331 and R1332 is 
referenced to the +10 V reference instead of ground to 
enable sensing of negative voltage. 
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—8 V Regulator 

Operation of the -8 V Regulator is similar to that of 
the +87 V and +42 V Regulators. Due to the lower 
operating voltages of the — 8V Regulator the common- 
base transistor present in both the +87 V and the +42 V 
is not required. Current limiting in the —8 V supply occurs 
at about 480 mA. 



-5 V Regulator 

Operation of the -5 Volt Regulator is similar to that of 
the +5 V Regulator. Current limiting in the —5 V supply 
occurs at about 2 A. 



+5 V Inverter Feedback 

Operational amplifier U1371C and associated com- 
ponents are configured as a frequency-compensated 
voltage-sensing network. The circuit monitors the +5 V 
digital power supply line from the rectifiers and provides 
feedback to the Preregulator Control IC (U1030) via opto- 
isolator U1040 (both on diagram 9). The feedback is used 
to slightly vary the voltage-sensing characteristics of the 
Preregulator Control circuitry. The feedback (FB) signal 
slightly varies the voltage to the Inverter output 
transformer and holds the output of the 5 V secondary 
windings at an optimum level. Output levels of the other 
secondary windings are related to the +5 V D level and are 
also held at their optimum values. This technique mini- 
mizes power losses in the series-pass transistors and 
increases regulator reliability. 



Power-Up Delay 

The Power-Up Delay circuit, composed of Q1370, 
Q1376, U1371D, and the associated components, ensures 
that the various regulated power supplies have time to 
reach their proper operating voltages before signaling the 
Microprocessor that the power supplies are up. 



When power is first applied, a LINE UP signal from the 
Preregulator Control circuit goes HI, indicating that the 
power switch has been closed and that ample supply volt- 
age is available for driving the Inverter transformer. The 
HI is applied to the base of Q1370, but since the collector 
is not properly biased yet, no transistor current will flow. 
As the Inverter begins to run, the various voltages from 
the secondary rectifiers begin coming up to their proper 
levels. A +2.5 V reference voltage is applied to opera- 
tional amplifier U1371D pin 12 and forces the output high, 
biasing Q1376 on. 

Before any of the Low-Voltage Regulators may function 
properly, the +10 V reference voltage must be established 
as previously described. When the +15 V Regulator turns 
on, current flows through Q1370, and pin 13 of U1371D is 



pulled above the +2.5 V reference through divider R1370 
and R1372. The output of U1371D goes low, turning off 
Q1376. 



When power to the instrument is turned off, the LINE 
UP signal goes LO (as explained in the Line Up Signal 
description). The falling LINE UP signal turns Q1370 off 
and drives the output of U1371D high. The output level 
from U1371D turns on Q1376 and pulls the PWR UP sig- 
nal to the Microprocessor LO. This LO initiates the 
power-down sequence used to shut down the instrument 
in an orderly fashion. The delay between the time that the 
PWR UP signal goes LO and when the regulated power 
supplies fall below their normal operating levels provides 
ample time for the Microprocessor to complete the power- 
down sequence. 



Power Supply Shutdown 

Phosphor damage can occur to the CRT if certain regu- 
lated power supply voltages are overloaded due to exces- 
sive current draw by their loads. U1300C and its associ- 
ated circuitry monitor the +15 V and the +5 V Regulator 
supplies. The +87 V and the +42 V Regulator supplies 
are monitored via R1294 and R1295 respectively. If any of 
these regulated supplies exceed their limit, current is 
sourced to U1300D (pin 13). When this happens, the 
+ 10 V Reference begins to drop which in turn lowers all 
the regulated supplies. This causes the high voltage oscil- 
lator to shutdown preventing damage to the CRT. Q1290 
and its associated circuitry allows the + 1 V Reference to 
come up and stabilize before the shutdown circuitry is 
enabled. Jumper J208 is used to disconnect the shutdown 
circuitry for troubleshooting purposes. 



POWER DISTRIBUTION 



Schematic diagrams 11 and 12 illustrate the power dis- 
tribution of the instrument. The connections to the labeled 
boxes (representing the hybrids and ICs) show the power 
connections to each device, while connections to non- 
power lines are shown by the component and schematic 
number. Power supply decoupling is done with traditional 
LRC networks as shown on the diagrams. 



Several intermediate supply voltages are generated by 
devices shown on diagrams 11 and 12. An approximate 
+32 volt supply for the A and B Sweeps is developed by 
emitter-follower Q700 and its associated components. 
Zener diodes VR125 and VR225 develop approximate 
+6.2 volt supplies for the CH 1 and CH 2 Preamps 
respectively, and zener diode VR2805 establishes an 
approximate -6.8 volt supply for U2800 and U2805. 



REV OCT 1988 
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Schematic diagram 13 illustrates the circuit board inter- 
connections of the instrument. Connector numbers and 
cabling types are shown. 
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THEORY OF OPERATION 
(SN B050000 & ABOVE) 

INTRODUCTION 



SECTION ORGANIZATION 



This section contains a functional description of the 
instrument circuitry. The discussion begins with an over- 
view of the instrument functions and continues with 
detailed explanations of each major circuit. Reference is 
made to supporting schematic and block diagrams which 
will facilitate understanding of the text. These diagrams 
show interconnections between parts of the circuitry, iden- 
tify circuit components, list specific component values, and 
indicate interrelationships with front-panel controls. 



The detailed block diagram and the schematic diagrams 
are located In the tabbed "Diagrams" section at the rear of 
this manual, while smaller functional diagrams are con- 
tained within this section near their respective text. The 
particular schematic diagram associated with each circuit 
description is identified in the text, and the diagram 
number is shown (enclosed within a diamond symbol) on 
the tab of the appropriate foldout page. For optimum 
understanding of the circuit being described, refer to both 
the applicable schematic diagram and the functional block 
diagram. 



HYBRID AND INTEGRATED CIRCUIT 
DESCRIPTIONS 



Digital Logic Conventions 

Digital logic circuits perform many functions within this 
instrument. The operation of these circuits is represented 
by specific logic symbology and terminology. Most logic- 
function descriptions contained in this manual use the 
positive-logic convention. Positive logic is a system of 
notation whereby the more positive of two levels is the 
TRUE (or 1) state; the more negative level is the FALSE 
(or 0) state. In the logic descriptions, the TRUE state is 
referred to as HI, and the FALSE state is referred to as 
LO. The specific voltages which constitute a HI or a LO 
state vary between individual devices. For specific device 
characteristics, refer to the manufacturer's data book. 



Hybrids 

Some of the circuits in this instrument are implemented 
in hybrid devices. The hybrids are specialized electronic 
devices combining thick-film and semiconductor technolo- 
gies. Passive, thick-film components and active, semicon- 
ductor components are interconnected to form the circuit 
on a ceramic carrier. The end result is a relatively small 
"building block" with enhanced performance characteris- 
tics, all in one package. Hybrid circuits are shown on 
schematics simply as blocks with inputs and outputs. 
Information about hybrid functioning is contained in the 
related portion of the Detailed Circuit Description. 



Linear Devices 

The operation of individual linear integrated circuit 
devices is described in this section using waveforms or 
other graphic techniques to illustrate their operation. 



BLOCK DIAGRAM 



The following discussion is provided to aid in under- 
standing the overall operation of the instrument circuitry 
before the individual circuits are discussed in detail. A 
simplified block diagram of the instrument, showing basic 
interconnections, is shown in Figure 3-1. The diamond- 
enclosed numbers in each block refer to the schematic 
diagram(s) at the rear of this manual in which the related 
circuitry is located. 

BLOCK DESCRIPTION 

The Low Voltage Power Supply is a high-efficiency, 
switching supply with active output regulation that 
transforms the ac source voltage to the various dc volt- 
ages required by the instrument. The High Voltage Power 
Supply circuit develops the high accelerating potentials 
required by the crt, using voltage multiplication techniques, 
and the DC Restorer provides interfacing for the low- 
potential intensity signals from the Z-Axis Amplifier to the 
crt control grid. 
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Figure 3-1. Instrument block diagram. 
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Figure 3-1. Instrument block diagram (cont). 
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Most of the activities of the instrument are directed by 
a microprocessor. The microprocessor, under firmware 
control (firmware is the programmed instructions contained 
in read-only memory that tells the processor how to 
operate), monitors instrument functions and sets up the 
operating modes according to the instructions received. 



Various types of data read to and from the Micropro- 
cessor (program instructions, constants, control data, etc.) 
are all transferred over a group of eight bidirectional signal 
lines called the Data Bus. The Data Bus is dedicated 
solely to microprocessor-related data transfer. 



Another group of signal lines, called the Address Bus, 
are responsible for selecting or "addressing" the memory 
location or device that the Microprocessor wants to com- 
municate with. Typically, depending on the instruction 
being executed, the processor places an address on the 
Address Bus to identify the location the Microprocessor 
must communicate with. This address, along with some 
enabling logic, opens up an appropriate data path between 
the processor and the device or memory location via the 
Data Bus; and data is either read from or written to that 
location by the processor. 



While executing the control program, the Microproces- 
sor retrieves previously stored calibration constants and 
front-panel settings and, as necessary places program- 
generated data in temporary storage for later use. The 
battery backed up RAM provides these storage functions. 



When power is applied to the instrument, a brief initiali- 
zation sequence is performed, and then the processor 
begins scanning the front-panel controls. The switch set- 
tings detected and the retrieved front-panel data from the 
battery backed up RAM causes the processor to set vari- 
ous control registers and control voltages within the instru- 
ment that define the operating mode of the instrument. 
These register settings and voltage levels control the verti- 
cal channel selection and deflection factors, the sweep 
rate, the triggering parameters, the readout activity, and 
sequencing of the display. Loading the control data into 
the various registers throughout the instrument is done 
using a common serial data line (CD). Individual control 
clock signals (CC) determine which register is loaded from 
the common data line. 



Coordination of the vertical, horizontal, and Z-Axis 
(intensity) components of the display must be done in real 
time. Due to the speed of these display changes and the 
precise timing relationships that must be maintained 
between display events, direct sequencing of the display is 
beyond the capabilities of the processor control. Instead, 
control data from the processor is sent to the Display 
Sequencer (a specialized integrated circuit) which responds 



by setting up the various signals that control the stages 
handling real-time display signals. The controlled stages 
are stepped through a predefined sequence that is deter- 
mined by the control data. Typically, as the sequence is 
being executed, the Display Sequencer will be changing 
vertical signal sources, Z-Axis intensity levels, triggering 
sources, and horizontal sweep signal sources. The specific 
activities being carried out by the Display Sequencer 
depend on the display mode called for by the control data. 



Vertical deflection for crt displays comes from one or 
more of the four front-panel vertical inputs and, when 
displaying readout information, from the Readout circuitry. 
Signals applied to the front-panel Channel 1 and Channel 
2 inputs are connected to their respective Preamplifiers via 
processor-controlled Attenuator networks. Control data 
from the Microprocessor defining the attenuation factor for 
each channel is serially loaded into the Auxiliary Control 
Register and then strobed into the Attenuator Mag-Latch 
Relays in parallel. The relay switches of each Attenuator 
network are either opened or closed, depending on the 
data supplied to the Mag-Latch Relay Drivers. The relays 
are magnetically latched and remain as set until new con- 
trol data is strobed in. The Auxiliary Control Register is 
therefore available, and different mode data is clocked into 
the register to set up other portions of the instrument. 



Attenuated Channel 1 and Channel 2 input signals are 
amplified by their respective Preamplifiers. The gain factor 
for the Channel 1 and Channel 2 Preamplifiers is settable 
by control data from the processor. The Channel 3 and 
Channel 4 input signals are amplified by their respective 
Preamplifiers by either of two gain factors set by control 
bits from the Auxiliary Control Register. All four of these 
preamplified signals are applied to the Vertical Channel 
Switch where they are selected by the Display Sequencer 
for display when required. 



Each of the vertical signals is also applied to the A and 
B Trigger circuitry via trigger pickoff outputs from the 
Preamplifier stages. Any one of the signals may be 
selected as the trigger SOURCE for either the A or the B 
Trigger circuitry as directed by the Display Sequencer. The 
line trigger signal provides an added trigger source for A 
Sweeps only. Control data from the Microprocessor is 
written to the Trigger circuitry to define the triggering 
LEVEL, SLOPE, and COUPLING criteria. When the 
selected trigger signal meets these requirements, a sweep 
can be initiated. The Trigger circuit initiates both the A 
Sweep and the B Sweep as required by the display mode 
selected. 



In the case of A Sweeps, the LO state of the THO 
(trigger holdoff) signal from the Display Sequencer enables 
the A Sweep circuit and the next A trigger initiates the 
sweep. For B sweeps, and in the case of intensified 
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sweeps, the A Sweep delay gate signal (DG) enables the 
B Sweep circuit. Depending on the B trigger mode 
selected, a B Sweep will be initiated either immediately 
(RUN AFT DLY) or on the next B trigger signal (TRIG AFT 
DLY). The slope of the sweep ramp is dependent on 
Microprocessor-generated control data loaded into the 
internal control register of the A and B Sweep circuit 
hybrids. 



Sweep signals generated by each of the Sweep hybrids 
are applied to the Horizontal Amplifier. The Horizontal 
Amplifier is directed by the Display Sequencer to select 
one of the sweep ramps for amplification in sequence. In 
the case of Readout and X-Y displays, the X-Readout and 
CH 1 input signals are selected to be amplified, also under 
direction of the Display Sequencer. 



To control the display intensity, the Display Sequencer 
directs the Z-Axis circuit to unblank the display at the 
appropriate time for the sweeps and readout displays. 
When the display is unblanked, the Display Sequencer 



selects the display intensity for either waveform displays 
or for readout displays by switching control of the Z-Axis 
beam current between the front-panel INTENSITY and 
READOUT INTENSITY potentiometers as appropriate. 

During readout displays, the vertical dot-position signal 
from the Readout circuitry is applied to the Vertical 
Amplifier via the Vertical Channel Switch. Horizontal dot- 
position deflection for the readout display is selected by 
internal switching in the Horizontal Amplifier. 



The vertical, horizontal, and Z-Axis signals are applied 
to their respective amplifiers where they are raised to crt- 
drive levels. The output signals from the Vertical and Hor- 
izontal Amplifiers are applied directly to the crt deflection 
plates. The Z-Axis Amplifier output signal requires interfac- 
ing to the high-potential crt environment before application 
to the crt control grid. The necessary Z-Axis interfacing is 
provided by the DC Restorer circuit located on the High- 
Voltage circuit board. The resulting display may be of 
waveforms, alphanumeric readout, or a combination of 
both. 



DETAILED CIRCUIT DESCRIPTION 



INTRODUCTION 



The following discussion provides detailed information 
concerning the electrical operation and circuit relationships 
of the instrument. Circuitry unique to the instrument is 
described in detail, while circuits common in the electronics 
industry are not. The descriptions are accompanied by 
supporting illustrations and tables. Diagrams identified in 
the text, on which associated circuitry is shown, are 
located at the rear of this manual in the tabbed foldout 
pages. 



PROCESSOR AND DIGITAL CONTROL 



display transfer (DO through D7) and a 1 6-bit address bus 
(AO through A1 5) for selecting the source or destination of 
the data. Precise timing of instruction execution, address- 
ing, and data transfer is provided by an external, crystal- 
controlled clock signal. 

The clock signal is developed by the Microprocessor 
Clock stage and applied to the Microprocessor at pin 39. 
Using the external clock as a reference, the Microproces- 
sor generates synchronized control output signals, R/W 
(read-write), E (enable), and VMA (valid memory address) 
that maintain proper timing relationships throughout the 
instrument. 



The Processor and Digital Control circuitry (diagram 1) 
directs the operation of most oscilloscope functions by fol- 
lowing firmware control instructions stored in memory. 
These instructions direct the Microprocessor to monitor 
the front-panel controls and to send control signals that 
set up the various signal processing circuits accordingly. 



Microprocessor 

The Microprocessor (U2140) is the center of control 
activities. It has an eight-bit, bidirectional data bus for data 



Microprocessor Clock 

The Microprocessor Clock stage generates a 5-MHz 
square-wave clock signal to the Microprocessor and a 1 0- 
MHz clock signal to portions of the Readout circuitry. Flip- 
flop U2440A is a divide-by-two circuit that reduces the 10- 
MHz clock down to a 5-MHz square-wave signal used to 
clock the Microprocessor and the Display Sequencer. The 
10-MHz clock is supplied to the Readout circuitry for dot 
timing and is also available for use with option circuitry. 
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Reset Control 

The Reset Control circuitry ensures that, at power up, 
the Microprocessor begins program execution from a 
known point in memory and with all the processor regis- 
ters in known states. It also allows the processor to reset 
itself when power is turned off so that the instrument 
powers down in a known state. 



POWER UP SEQUENCE. Reset generator U2240 
generates the power-up reset. As power is applied to the 
instrument U2240 tests the voltage at U2240 pin 7. The 
reset generator forces U 2240 pi n 5 LO, and the LO is 
applied to the processor RESET input (pin 40). After the 
SENSE input reaches its nominal voltage level, the reset 
condition continues to allow the microprocessor system 
time to reset. The reset continues for the time determined 
by C2350. The effect of power supply transients is 
reduced by C2241. After the suplies reach their nominal 
level and the delay period ends U2240 pin 5 goes HI. The 
RESET signal to the processor then goes HI to enable 
normal execution to begin, and the processor is directed to 
the starting address of the power-up routine, which it then 
performs. 

POWER DOWN SEQUENCE. When the instrument 
power switch is turned off, the PWR UP signal from J251 
pin 12 immediately goes LO. This LO generates the NMI 
(non-maskable interrupt) request to the processor on pin 6 
which causes the processor to branch to the power-down 
routine. Under direction of that routine, the processor 
begins shutting down the instrument in an orderly fashion 
before the power supply outputs can drop below the 
operating thresholds. This routine disconnects the CH1 
and CH2 50-J) input terminations to protect them from 
accidental application of excessive voltage during storage 
or bench handling. 

As the operating voltages are falling, the Reset circuitry 
must not generate a false RESET signal to the processor. 
Such a restart when the power supply voltages are out- 
side their normal operating range would produce 
unpredictable processor operation that could alter the con- 
tents of the battery backed up RAM. When the processor 
has completed all the other power-down tasks, it finally 
sets the PWR DOWN signal HI via U2310 (diagram 2). 
This signal is applied to inverter U2540E at pin 1 1 . Pin 1 
of U2540E goes LO and immediately pulls pin 2 of Reset 
Generator U2240 LO. Reset Generat or U2240 immediately 
switches state to assert the RESET signal to the proces- 
sor. The RESET signal is held LO until the power supplies 
have fully discharged. 

For diagnostic purposes, the PWR DOWN reset signal 
can be disabled. Moving jumper P503 to the DIAG (diag- 
nostic) position keeps U2240 pin 2 HI. The RESET signal 
is therefore held HI, and the processor can execute a 
free-running NOP (no operation) loop without interruption if 
the PWR DOWN bit is set HI while the Address Bus is 
incrementing. 



Address Bus 

Octal Latches, U2415 and U2425 are used to buffer the 
address signals to the circuitry on the Processor Control 
board as well as provide additional drive current for the 
options. The RC network composed of R2465 and C2465 
and inverter U2540B provide an additional >30 ns of 
address hold time on the buffered address signals for the 
options. 



U2415 and U2425, along with Octal Latch U2405, allow 
the buffered Address Bus and Microprocessor control sig- 
nals to be disconnected from the microprocessor. This 
allows in-circuit testing of the Processor Control board 
without having to remove the Microprocessor. 



Data Bus 

Tri-state buffer U2350 is used to buffer the data signals 
to the Microprocessor from other devices on the bus. 
When not enabled, the device is switched to isolate the 
processor from the buffered Data Bus. Buffer U2350 is 
enabled via the Read-Write Latch U2440B when the pro- 
cessor reads data from another device on the bus. 



When the processor writes data onto the bus, Octal 
Latch U2450 is enabled by the Read-Write Latch U2440B. 
When the E (enable) signal at pin 1 1 of U2450 is HI, pro- 
cessor data bits are passed asynchronously through the 
latch to the buffered data bus. When the E signal goes LO, 
data bits meeting setup times are latched into the device. 
The latched Q outputs provide the required drive current 
to the various devices on the bus and ensure that data 
hold times are met for correct data transfer. When the 
Read-Write Latch places a HI on pin 1 of U2450, latch 
U2450 is disabled, and the outputs are switched to their 
high-impedance state. 



Data transfers to and from the processor may be inter- 
rupted by removing Diag/Norm Jumper P503. This forces a 
NOP (no operation) condition that is useful for verifying the 
functionality of the processor (when a data-bus device is 
suspected of causing a system failure) or for troubleshoot- 
ing the Address Bus and Address Decode circuitry. Mov- 
ing the jumper to the DIAG position disables both U2350 
and U2450 and disconnects the microprocessor from the 
buffered Data Bus. With the Data Bus disconnected, a 
resistor network pulls the processor Data Bus lines (DO 
through D7) to a NOP (no operation) instruction. A NOP 
causes the Microprocessor to continuously increment 
through its address field. The Address Decode circuitry 
may then be checked to determine if it is operating prop- 
erly. 
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Address Decode 

The Address Decode circuitry generates enabling sig- 
nals and strobes that allow the Microprocessor to control 
the various devices and circuit functions. The controlling 
signals are generated as a result of the Microprocessor 
placing specific addresses on the Address Bus. Figure 3-2 
illustrates the enables and strobes generated by the 
Address Decode circuitry. 



Address decoding is performed by a programmable 
logic device and 3 three-to-eight line decoders attached to 
the Address Bus. The five most significant address bits 
are decoded by U2250. This device initially separates the 
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total addressable-memory space (64K-bytes) into thirty- 
two 2K-byte blocks. Addresses in the top 24K-byte 
memory space (address bit BA15 HI and either BA14 or 
BA13 HI) select one of two read-only memories (ROM); 
U2160 or U2360(or U2260). When the VMA (Valid 
Memory Address) and E (Enable) outputs from the 
Microprocessor go HI, the selected ROM is enabled, and 
the data from the selected address location is read from 
the ROM. The remaining 8K-byte memory space (address 
bit BA15 HI and both BAH and BA13 LO) select random- 
access memory (RAM); U2460. Both outputs of flip-flop 
U2440B are used to generate the OE and WE signals to 
the RAM. 
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Figure 3-2. Address decoding. 
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Of the addresses in the bottom 32K-byte memory 
space, only the lowest 8K-bytes are further decoded. 
Addresses in the lowest 2K-byte block of addresses will 
cause U2250 to generate an enable signal to the RAM, 
U2460. Addresses in the next 2K-byte block of addresses 
will enable U2550 to do the next state of address decod- 
ing. The next 4K-byte block of addresses will enable the 
Buffer Board ROM section of U2160. 



The level of decoding performed by U2550 uses 
address bits BA4, BA5, and BA6 to separate the 
addresses within the 2K-byte block of addresses 0800 thru 
OFFF into 128 groups of 16 addresses. Address bits BA7 
thru BA10 are not used in the decoding scheme, so each 
of these 128 blocks is not uniquely identified. This results 
in sixteen duplicate sections within the address block, 
each consisting of eight groups of 16 addresses. The 
upper fifteen sections in the address space are never 
used; therefore, decoding by U2550 may be more simply 
thought of as eight groups of 16 address locations. 
Addresses within these eight groups generate control sig- 
nals to other portions of the instrument. 



The final level of address decoding is done by a pair of 
three-to-eight-line decoders, U2650 and U2660. When 
enabled by the Y7 output of U2550, these decoders 
separate the highest 1 6-address group decoded by U2550 
into 1 6 individual control signals. 



Random-Access Memory (RAM) 

The RAM consists of integrated circuit U2460 and pro- 
vides the Microprocessor with 8K-byt.es of battery backed 
up temporary storage space for data that is developed 
during the execution of a routine. The RAM is enabled 
whenever an address in the lowest 2K-byte of addresses 
is placed on the Address Bus or whenever an address of 
8000 thru 9FFF is placed on the Address bus. When writ- 
ing into the RAM, the write-enable signal (WE) on pin 27 of 
U2460 is set LO along with the chip enable (CE) signal on 
pin 20. At the same time, the output-enable (OE) on pin 22 
is HI to disable the RAM output drivers. Data is then writ- 
ten to the location addressed by the Microprocessor. If 
data is to be read from the RAM, the WE signal is set HI 
to place the RAM in the read mode, and the OE signal is 
set LO to enable the output drivers. This places the data 
from the addressed location on the buffered Data Bus 
where it can be read by the Microprocessor. 

The RAM also provides non-volatile storage for the 
calibration constants and the power-down front-panel set- 
tings. When power is applied to the instrument, the 
Microprocessor reads the calibration constants and gen- 
erates control voltages to set up the analog circuitry. The 
front-panel settings that were present at power-off are 
recalled and the instrument is set to the operating mode 
previous power off. 



Each of the control signals generated by the Address 
Decode circuitry are present only as long as the specific 
address defining that signal is present on the Address 
Bus. However, four of the addressable control signals 
decoded by U2550 are used to either set or reset flip-flops 
U2560A and B, and U2570A. The control signals are, in 
effect, latched and remain present to enable multiplexers 
U2521, U2530, (diagram 2), and U170 (diagram 4). When 
enabled, these multiplexers route analog control signals 
from the DAC (digital-to-analog converter) U2101 (diagram 
2) to the various analog control circuits. 



Read-only Memory (ROM) 

The Read-only Memory consists of one 128K-byte 
ROM and one 64K-byte ROM that contain operating 
instructions (firmware) used to control processor (and thus 
oscilloscope) operation. Addresses from the Microproces- 
sor that fall within the top 24K-bytes of addressable space 
cause one of the two read-only memory integrated circuits 
to be enabled. (See Address Decode description.) Instruc- 
tions are read out of the enabled ROM (or PROM) IC from 
the address location present on its address input pins. The 
eight-bit data byte from the addressed locations is placed 
onto the Buffered Data bus (BD0 through BD7) to be read 
by the Microprocessor. 



Timing Logic 

The Timing Logic circuit composed of U2440B, and 
U2540D generates time- and mode-dependent signals from 
control signals output from the Microprocessor. The 
enable (E) signal output from the Microprocessor is a 1 .25 
MHz square wave used to synchronize oscilloscope func- 
tions to processor timing. 



Data applied to the Address Bus, Data Bus, and vari- 
ous control signals are allowed to settle (become valid) 
before any of the addressed devices are enabled. This is 
accomplished by switching the E signal HI a short time 
after each processor cycle begins. Inverter U2540D inverts 
the polarity of the delayed enable signal and enables the 
Address Decode stage only after the address bus has set- 
tled. 
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Read-Write Latch U2440B _i_s used to delay the 
processor's read/write signal (R/W) from the Microproces- 
sor to meet hold-time requirements of the RAM. At the 
same time, it generates delayed read and write enabling 
signals of both polarities to meet the requirements of 
Buffer U2350 and Latch U2450 (in the Microprocessor 
Data Bus) and various other devices in the Readout cir- 
cuitry (diagram 7). 



When R/W goes LO for a write cycle and E goes HI, 
Read-Write Latch U2440B is reset, and Q output (pin 9) is 
held LO, Latch U2450 is in its transparent state at this 
time, and data from the Microprocessor is applied asyn- 
chronously to the buffered Data Bus. At the end of the 
write cycle, the R/W signal goes HI. The E signal also 
goes through a negative transition, and data on the 
Microprocessor data bus lines is latched into U2450. The 
next positive transition of the 1.25-MHz E signal (1/2 E 
cycle after the R/W signal goes HI) clocks the HI level at 
U2440B pin 12 (the D input) to the Q output, and the Q 
output (pin 8) goes LO. The 1/2 E cycle delay between the 
time R/W goes HI and the time that the Q output of 
U2440B goes HI keeps Latch U2450 outputs on long 
enough to meet the data hold time for the RAM. At the 
end of that delay time, pin 1 of U2450 goes HI, and the 
Latch outputs are switched to the high-impedance state to 
isolate it from the buffered Data Bus. 



cessor sets analog control voltages and reads trigger 
status from the Display Sequencer (diagram 5). When this 
is completed, it reverts back to the mainline program. 



In addition to the analog control and trigger status 
update that occurs with each interrupt, on every fifth inter- 
rupt cycle, the Microprocessor also scans the front-panel 
potentiometers. Every tenth interrupt cycle, scanning the 
front-panel switches and checking the 50-12 DC inputs for 
overloads is added to the previously mentioned tasks. If all 
the tasks are not completed at the end of one interrupt 
cycle, the real-time interrupt request restarts the analog 
updates, but as soon as those are accomplished, the 
Microprocessor will pick up with its additional tasks where 
it was before the interrupt occurred. This continues until all 
tasks are completed. If any pot or switch changes are 
detected, the Microprocessor updates the analog control 
voltages and the control register data to reflect those 
changes prior to reverting back to the mainline program 
instructions. 



FRONT-PANEL SCANNING and 
ANALOG CONTROLS 



READOUT FRAMING AND INTERRUPT TIMING. Binary 
counter U2640 is used to generate a readout-framing 
clock to the Readout circuitry and a real-time interrupt 
request to the Microprocessor via inverter U2540C. The 
readout-framing clock is a regular square-wave signal 
obtained from U2640 pin 12 by dividing the 1.25-MHz E 
signal by 512 (2 9 ). This clock tells the readout circuitry to 
load the next block (subframe) of readout information to be 
displayed. (See "Readout" description for further 
information concerning alphanumeric display.) The real- 
time interrupt request, which occurs every 3.3 ms, is 
obtained from pin 2 by dividing the E signal by 8192 (2 13 ). 



When the real-time request occurs, IRQ (pin 4 of 
U2140) goes LO, and the processor breaks from execution 
of its mainline program. The Microprocessor first resets 
Binary Counter U2640 by setting pin 19 of U2301 (diagram 
2) HI (to generate the reset), then it resets pin 19 LO to 
allow the counter to start again. At this time, the Micropro- 



The Analog Control circuitry (diagram 2), under 
Microprocessor control, reads the front-panel controls and 
sets various analog control voltages to reflect these front- 
panel settings. The calibration constants determined during 
instrument calibration and the last "stable" front-panel 
setup conditions are stored in battery backed up RAM. At 
power-on the stored front panel information is used to 
return the instrument to its previous state. 



Hardware I/O 

Data transfer from the Analog Control circuitry to the 
Microprocessor is via Status Buffer U2220. Data bits 
applied to the input pins are buffered onto the Data Bus 
when enabled by the Address Decode circuitry. Via the 
Status Buffer, the processor is able to (1) determine the 
settings of front- and rear-panel pots and switches, (2) 
determine instrument type (2465B or 2467B), (3) determine 
if a triggered sweep is in progress, and (4) read the con- 
tents of the Readout RAM. When disabled, the buffer out- 
puts are switched to high impedance states to isolate 
them from the buffered Data Bus. 



Data transfer from the Microprocessor to the Analog 
Control circuitry is via registers U2210 and U2310. Via 
register U2210, the Microprocessor is able to select the 
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pot-scanning multiplexers, turn the trigger LED on and off, 
and control other hardware via serial control data and the 
attenuator strobe. Via register U2310, the processor con- 
trols pot selection, and power down timing. 



Front-Panel Switch Scanning 

The Front-Panel Switches are arranged in a matrix of 
ten rows and five columns. Most of the row-column inter- 
sections contain a switch. When a switch is closed, one of 
the row lines is connected to one of the column lines 
through a diode. Reading of the switches is accomplished 
by setting a single row line LO and then checking each of 
the five column lines sequentially to determine if a LO is 
present (signifying that a switch is closed). After each of 
the five columns have been checked, the current row line 
is reset HI and the next row line is set LO for the next 
column scan cycle. A complete Front-Panel scan consists 
of all ten row lines LO in sequence and performing a five- 
column scan for each of the rows. 



Row lines are set LO when the microprocessor writes a 
LO to one of the flip-flops in octal registers U2301 or 
U2201 . The row data placed on the buffered Data Bus by 
the Microprocessor is clocked into the registers as two, 
eight-bit words by clocks from the Address Decode cir- 
cuitry (DAC LSB CLK for the lower eight bits and DAC 
MSB CLK for the upper eight bits). All eight outputs of 
register U2201 and two outputs of U2301 drive the ten 
rows of the front-panel switch matrix (the fifth line of the 
matrix is not used). Series resistors in the lines limit 
current flow and eliminate noise problems associated with 
excessive current flow. 



While each row is selected, the processor will scan 
each of the five column lines. To scan the columns, the 
microprocessor enables U2410 by the address decode cir- 
cuitry. Data bits applied to the input pins are buffered onto 
the Data Bus. 



diagnostic mode (CYCLE) used to record certain operating 
failures during long-term testing of the instrument. (See 
the "Maintenance" section for an explanation of the diag- 
nostic modes.) Removing P501 or switching it between the 
CAL and NO CAL positions will not be recognized by the 
Microprocessor until the instrument is powered down and 
then turned back on. 



The resistors in series with the input lines to U241 are 
current-limiting resistors that protect the CMOS data 
buffer from static discharges. The resistors connected 
from the input lines to the +5 V supply are pull-up resis- 
tors for the front-panel column lines. 



Digital-to-Analog Converter (DAC) 

DAC U2101 is used to set the various analog refer- 
ences in the instrument and is used to determine the set- 
tings of the front panel potentiometer. The 12-bit digital 
values to be converted are written to octal registers U2301 
and U2201 for application to the DAC input pins. The DAC 
then outputs two complementary analog currents that are 
proportional to the digital input data. (Complementary, in 
this case, means that the sum of the two output currents 
is always equal to a fixed value.) 



The maximum range of the output currents is estab- 
lished by a voltage-divider network composed of R2010, 
R2012, R2013, R2014 and R2011 conected to the positive 
and negative reference current inputs of the DAC (pins 1 4 
and 1 5 respectively). A + 1 0-V reference voltage applied to 
the DAC through R2013 sets the basic reference current. 
Resistor R2011 and R2014 and potentiometer R2010 pro- 
vide a means to adjust this current over a small range for 
calibration purposes. The nominal reference current is 1 
mA, the DAC full-scale output current is 4 mA. The output 
currents flow through series resistors R2520 and R2521, 
connected to the + 1 .36-V reference, and proportional volt- 
ages result. 



In addition to the front-panel switches, the CAL/NO 
CAL jumper (P501) is checked to determine whether the 
instrument should be allowed to execute the calibration 
routines. The levels on U2410 pin 11 and 12 are read by 
scanning two additional columns at power-up. If the 
jumper is pulling the CAL bit LO, the operator will be 
allowed to use the calibration routines stored in firmware. 
If the NO CAL bit is pulled LO, the calibration routines may 
not be performed. If the jumper is removed, and neither bit 
is pulled LO, the Microprocessor is forced into a special 



Pot Scanning 

The Pot Scanning circuitry, in conjunction with the 
DAC, derives digital values for each of the various front- 
panel potentiometers. Scanning of the pots is accom- 
plished by data selectors U2401, U2501, and U2601. 
Three bits are written to register U2310 and select the pot 
to be read. The bits are latched in the register and keep 
the pot selected until the register is reset. The Micropro- 
cessor writes a LO to the inhibit input pin (pin 6) of either 
U2401 , U2501 or U2601 via register U221 to enable the 
device. The enabled data selector connects the analog 
voltage at the wiper of the selected pot to comparator 
U2510. 
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Comparator U2510 compares the analog voltage of 
each pot to the output voltage from the DAC (pin 18). To 
determine the potentiometer output voltage, the processor 
performs a binary search routine that changes the output 
voltage from the DAC in an orderly fashion until it most 
closely approximates the voltage from the pot. 



The conversion algorithm is similar to successive 
approximation and generates an eight-bit representation of 
the analog level. When the pot's value is determined, the 
Microprocessor stores that value in memory. Once all of 
the pots have been read and the initial value of each has 
been stored, the processor uses a shorter routine to deter- 
mine if any pot setting changes. To do this the DAC out- 
put is set to the last known value of the pot (plus and 
minus a small drift value), and the status bit is read to see 
that a HI and LO occurs. If within the limits, the processor 
assumes that the pot setting has not changed and scans 
the next pot. When the processor detects that a pot set- 
ting has changed, it does another binary search routine to 
find the new value of that pot. 



Analog Control 

The operating mode and status of the instrument 
requires that various analog voltages (for controlling instru- 
ment functions) be set and updated. The digital values of 
the controlling voltages are generated by the Microproces- 
sor and converted by the DAC. Analog multiplexers U2521 
and U2530 (on diagram 2) and U170 (on diagram 4) route 
the DAC voltages to sample-and-hold circuits that maintain 
the control voltages between updates. 



The Microprocessor writes three selection bits to regis- 
ter U2301 that directs the DAC output to the appropriate 
sample-and-hold circuit and charges a capacitor (or capac- 
itors) to the level of the DAC. When the processor discon- 
nects the DAC voltage from the sample-and-hold circuit 
(by disabling the multiplexer) the capacitors) remains 
charged and holds the control voltage near the level set by 
the DAC. Due to the extremely high input impedance of 
the associated operational amplifiers, the charge on the 
capacitor(s) remains nearly constant between updates. 



FRONT-PANEL CONTROLS 



The Front Panel is the operator's interface for control- 
ling the user-selectable oscilloscope functions. Along with 
the crt, it provides visual feedback to the user about the 
present operating state of the instrument. 



Theory of Operation— 2465B/2467B Service 

Most of the Front-Panel controls (diagram 3) are "cold" 
controls; i.e., they are not connected directly into the sig- 
nal path. Therefore, associated circuits are not influenced 
by the physical parameters (such as capacitance, resis- 
tance, and inductance) of the controls. In addition, 
translating the analog output levels of most of the poten- 
tiometers to digital equivalents allows the processor to 
handle the data in ways that result in a variety of 
enhanced control features. 



To maintain the front-panel operating setup between 
uses of the instrument, the digitized values of the poten- 
tiometers and front-panel switch settings are stored in bat- 
tery backed up RAM so that when the instrument power is 
turned off, these control settings are not lost. Then, when 
power is next applied, the instrument will power up to the 
same configuration as when the power was last removed 
(assuming the settings of the non-digitized pots and 
switches remain the same). 



The Front-Panel Controls also allow the user to initiate 
and direct the diagnostic routines (and when enabled, the 
calibration routines) programmed into the read-only 
memory (ROM). These routines are explained in the 
Maintenance section of this manual. 



Front-Panel Switches 

The Front Panel Switches are arranged in a ten-row- 
by-five-column matrix, with each switch assigned a unique 
location within the matrix (see Figure 3-3). A closed switch 
connects a row and a column together through an isolat- 
ing diode. To detect a switch closure, the switch matrix is 
scanned once every 32 ms (every tenth Microprocessor 
interrupt cycle). When scanning, the Microprocessor 
sequentially sets each individual row line LO. A closed 
switch enables the LO to be passed through the associ- 
ated diode to a column line. When the processor checks 
each of the five column lines associated with the selected 
row, the LO column is detected. The intersection of the 
selected row and the detected column uniquely identifies 
the switch that is closed. Further information about switch 
scanning is found in the "Front-Panel Scanning" descrip- 
tion located in the "Analog Control" discussion. 

As each switch is read, the processor compares the 
present state of the switch to its last-known state (stored 
in memory) and, if the same, advances to check the next 
switch. When a switch is detected as having changed, the 
processor immediately reconfigures the setup conditions to 
reflect the mode change and stores the new state of the 
switch in memory. The detected status of the switch on 
each of the following scan cycles is then compared against 
the new stored data to determine if the switch changes 
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again. The 32-ms delay between the time a switch is 
detected as having changed and the next time it is read 
effectively eliminates the effects of switching noise (switch 
bounce) that may occur after the switch is actuated. 



Front-Panel Pots 

The thirteen Front-Panel Potentiometers, READOUT 
INTENSITY, and INTENSITY are "cold" controls that con- 
trol the linear functions of the instrument. (SCALE ILLUM 
and FOCUS are not considered part of the Front-Panel 
Control circuitry for the purposes of this description.) All 
are digitized and control their functions indirectly. Data 
Selectors U2401 , U2501 , and U2601 in the Analog Control 
circuitry (diagram 2) route the wiper arm voltage of the pot 



being read to comparator U2510 where it is compared 
with the output of DAC U2101. The processor changes 
the DAC output until it most closely matches the output 
voltage of the pot, then stores the digital value of the 
"match". See the "Pot Scanning" description in the "Ana- 
log Control" discussion for further information on the read- 
ing of pot values. 

Like the switch matrix scanning, the Front-Panel pot 
scanning routine is performed every 16 ms. When entered, 
the routine reads the settings of the "last-moved" pot and 
one "unmoved" pot. Each succeeding scan continues to 
read the last-moved pot in addition to a new unmoved pot. 
In this way, each pot is monitored, but most of the scan 
time is devoted to the pot that is still moving (needing con- 
tinuous updating). 
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Figure 3-3. Front-pane! switch matrix. 
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As the initial pot settings are determined, a digital 
representation of each value is stored in memory. The pro- 
cessor then checks each pot against its last-known value 
to determine if a pot has moved. If a pot is detected as 
moving, the processor executes a routine that converts 
the movement (displacement from last-set value) into a 
corresponding control voltage. 



When producing the actual analog control levels, the 
processor can manipulate the digital values read for the 
various pots before sending the output data to the DAC. 
This allows many of the oscilloscope parameters to vary in 
an enhanced fashion. The pot data is manipulated by the 
processor in a manner that produces such features as 
variable resolution, continuous rotation, fine-resolution 
backlash, and electrically detented controls. 



With all thirteen Front-Panel Potentiometers, READOUT 
INTENSITY, and INTENSITY controls, the processor reads 
the magnitude and direction of pot rotation and produces 
variable-resolution control voltages. If a pot's direction of 
rotation changes, the magnitude of the change from the 
last-set position remains small, or if it was not the last pot 
moved, a fine-resolution control voltage results. In the 
fine-resolution range, a given rotation displacement will 
cause a small control voltage change. The same displace- 
ment farther away from the last-set reference will cause a 
proportionally larger control voltage change, producing a 
coarse-resolution effect. If the changing pot is the last one 
moved and the direction of rotation remains the same, the 
algorithm continues from where it left off during the 
preceding scan; producing control voltage changes with 
the same increment as it was last using. 



The delta reference controls (A REF OR DLY POS and 
A) are continuous-rotation potentiometers. They each con- 
sist of two pots ganged together with their wiper arms 
electrically oriented at 180° apart. As the wiper of one pot 
is leaving its resistive element, the wiper of the other pot 
comes onto its element. The Microprocessor has the abil- 
ity to watch the output voltage from each wiper and when 
it detects that the controlling wiper is nearing the end of 
its range, it will switch control over to the other wiper. The 
routine the processor uses to watch these pots sets the 
associated control voltage on the basis of relative voltage 
changes (AV) that occur. Switching between the pots to 
change control to the opposite wiper arm is based on 
specific voltage levels being sensed. 



Sensing specific voltage levels is also used when read- 
ing the VOLTS/DIV VAR, SEC/DIV VAR, and HOLDOFF 
controls. These pots have both a mechanical detent and a 
processor-generated electrical detent. As one of these 
controls is moved out of the mechanical detent position, 



the processor watches the analog voltage changes that 
occur; but the associated control voltage will not change 
until a specific voltage level (the electrical detent level) is 
reached. Once the electrical detent value is exceeded, the 
processor begins to vary the associated control voltage in 
response to further pot rotation. When returning to the 
mechanical position, the electrical detent level is reached 
first, and the variable voltage action is stopped before the 
mechanical detent is entered. 



Front-Panel Status LEDs 

Light-emitting diodes (LEDs) are used to provide visual 
feedback to the operator about the oscilloscope status 
and operating mode by backlighting front-panel nomencla- 
ture. A 48-bit status word, defining the diodes to be 
illuminated, is generated by the processor and then serially 
clocked into the six LED-Status Registers (U3001, U3002, 
U3003, U3004, U3005, and U3006). The registers hold the 
selected diodes on until the next update. Whenever the 
processor detects that a front-panel control has changed 
(and a new status display is required), a new status word 
is generated and applied to pin 1 of U3002. As each of the 
bits is clocked into the Q A position of U3002, the preced- 
ing bit is shifted to the next register position. After 48 bits 
have been clocked into (and 40 bits through) U3002, all six 
LED-Status registers are full and contain the LED illumina- 
tion pattern to be displayed to the user. A LO at any Q 
output of the registers illuminates the corresponding front- 
panel LED. 



The TRIG'D LED is not driven by the LED-Status 
Register. It is driven by the Analog Control circuitry and 
illuminated whenever a triggered sweep is in progress. 



ATTENUATORS AND PREAMPS 



The Attenuators and Preamps circuitry (diagram 4) 
allows the operator to select the vertical deflection factors. 
The Microprocessor reads the Channel VOLTS/DIV 
switches and VOLTS/DIV VAR controls and then digitally 
switches the attenuator and sets the preamplifier gains 
accordingly. 



CHANNEL 1 AND CHANNEL 2 ATTENUATORS 

The Channel 1 and Channel 2 Attenuators are identical 
in operation, with corresponding circuitry in each channel 
performing the same function. Therefore, only the Chan- 
nel 1 circuitry is described. 
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Input signals from the Channel 1 input connector are 
routed through an attenuator network by four pairs of 
magnetic-latch relay contacts. The position of the relays is 
set by Microprocessor data placed into Auxiliary Control 
Register U140. Relay buffer U110 provides the necessary 
drive current to the relays. 



Four input coupling modes (1MQ AC, GND, 1Mfl DC, 
and 50 Q DC) and three attenuation factors (1X, h-10, and 
-^100) may be selected by closing different combinations 
or relay contacts. The three attenuation factors, along with 
the variable gain factors of the Vertical Preamplifier, are 
used together to obtain the crt deflection factors. The 
relays are magnetically latched and once set, remain in 
position until new attenuator-relay-setting data and 
strobes are generated. (See the "Auxiliary Control Regis- 
ter" description for a discussion of the relay-latching pro- 
cedure.) 



The 50 fi termination resistor has a thermal sensor 
associated with it that produces a dc voltage (CH 1 OVL) 
proportional to the input power. Should the input power 
exceed the normal safe-operating level for the 50 Q DC 
input, the termination resistor temperature will exceed the 
normal operating limit and change the output voltage of 
the thermal sensor. The amplitude of this dc level is 
periodically checked via comparator U2510 and DAC 
U2101 (on diagram 2) and allows the Microprocessor to 
detect when an overload condition is present. When an 
overload occurs, the processor switches the input coupling 
to the 1 Mfi position to prevent damage to the attenuator 
and displays 50 Q OVERLOAD on the crt. 



Compensating capacitor C105 is adjusted at the time of 
calibration to normalize input capacitance of the 
preamplifier to the attenuator. 



When the Microprocessor sets the input coupling mode 
and attenuation factors for Channel 1 and Channel 2, a 
series of eight, 16-bit control words are serially clocked 
into shift registers U140 and U150 (eight bits in each regis- 
ter). Each control word is used to set the position of one 
of the eight attenuator and coupling relays (four relays are 
in each attenuator assembly). Each control word will have 
one HI bit. This bit will correspond to the specific relay 
contact to be closed. Relay buffers U110 and U130A (for 
Channel 1) and U120 and U130B (for Channel 2) are Dar- 
lington configurations that invert the polarities of all bits. 
This results in a LO being applied to only the coil lead 
associated with the contact to be closed; all other coil 
leads are held HI. 



To set a relay once the control word is loaded, the 
Microprocessor generates a ATTN STRB (attenuator 
strobe) to U130G pin 7 via R129 and C130. The strobe 
pulses the output of U130G LO for a short time. This out- 
put pulse attempts to turn on both Q130 and Q131 (relay 
drivers) via their identical base-bias networks. Due to the 
lower level from the turned on Darlington relay buffer (cou- 
pled through the associated coil diode and either CR130 or 
CR131 to one of the bias networks), one transistor will 
turn on harder as the ATTN STRB pulse begins to forward 
bias the transistors. The more positive collector voltage of 
the transistor turning on harder is fed through the bias 
diode (again either CR130 or CR131) to further turn off the 
opposite transistor. This action results in one transistor 
being fully on and the other one being fully off. The 
saturated transistor sources current through the two 
stacked relay coils to the LO output of either U140 or 
U150 (current sink) to close the selected contacts. Once 
set, the magnetic-latch feature will hold the relay set to 
this position until opposing data is clocked into the Aux- 
iliary Control Register and strobed into the relay. All coil 
leads for the remaining relays are set HI, and only the 
selected relay will be set. 



A probe-coding ring around the BNC input connector 
passes probe coding information (a resistance to ground) 
to the Analog Control circuitry for detection of probe 
attenuation factors. The readout scale factors are set to 
reflect the detected attenuation factor of the attached 
probe. 



To set the seven remaining Attenuator and coupling 
relays, the sequence just described is repeated seven 
more times. Whenever the Microprocessor determines that 
the attenuation factor or input coupling has changed, the 
entire relay-setting procedure is repeated for all eight 
relays. 



Auxiliary Control Register 

The Auxiliary Control Register allows the Microproces- 
sor to control various mode and range dependent func- 
tions of the instrument. Included in these functions are: 
attenuation factors, input coupling, Channel 3 and Channel 
4 gains, vertical-bandwidth limiting, the X-Y display mode, 
and the state of the measurement PAL. 



After the coupling and attenuator relays have been 
latched into position, the Auxiliary Control Register is free 
to be used for further circuit-controlling tasks. Eight more 
bits of control data are then clocked into U140 either to 
enable or disable the following functions: vertical 
bandwidth limiting (BWL), triggered X-Y mode (TXY), the A 
and B Sweep Delay Comparators (BDCA and BDCA), and 
slow-speed intensity limit (SIL); or to alter the Channel 3 
and Channel 4 gain factors (GA3 and GA4). Four other 
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bits are clocked into register U150: one to produce the 
CTC signal, one to control the scale illumination circuit 
during SGL SEQ display mode, and two (CNTL1 and 
CNTL2) to control the state of the measurement PAL, 
U975. The CTC control bit is used to enable a sweep-start 
linearity circuit in the A Sweep circuitry (diagram 5) on the 
2 ns and 20 ns per division sweeps. 

Analog Control Demultiplexer 

When enabled by the Address Decode circuitry, Analog 
Control Demultiplexer U170 directs the analog levels 
applied to pin 3 from DAC U2101 (diagram 2) to one of six 
sample-and-hold circuits. In the Preamplifier circuitry, the 
sample-and-hold circuits maintain the VAR gain and DC 
Bal control-voltage levels applied to both the Channel 1 
and Channel 2 Preamplifiers U100 and U200 between 
updates. Two of the Demultiplexers outputs direct analog 
levels to the Holdoff and Channel 2 Delay offset sample- 
and-hold circuits (diagram 5). Routing is determined by the 
three-bit address from register U2301 (diagram 2) applied 
to Demultiplexer U170 on pins 9, 10, and 11. 



Channel 1 Preamplifier 

Channel 1 Preamplifier U100 converts the single-ended 
input signal from the Channel 1 Attenuator to a differential 
output signal used to drive the Vertical Channel Switch. 
The device produces either amplification or attenuation in 
predefined increments, depending on the control data writ- 
ten to it from the Microprocessor. The preamp also has 
provisions for VAR gain, vertical positioning, and a trigger 
signal pickoff. 



The Channel 1 vertical input signal is applied to pin A of 
Channel 1 Preamplifier U100. Control data from the pro- 
cessor is clocked into the internal control register via pin 
22 (CD) by the clock signal applied to pin 23 ( CC ). The 
data sets the device to have an input-to-output gain ratio 
of 2, 4, or 10, depending on the VOLTS/DIV control set- 
ting. 



Two analog control voltages set by DACs modify the 
differential output signal at pins 9 and 10. The front-panel 
Channel 1 POSITION control supplies a position signal to 
U 100 pin 17 (via MUX U2530 and sample-and-hold U2430 
and C2432) that vertically positions the Channel 1 display 
on the CRT. A DC Bal signal is applied to pin 2 of U100 
from MUX U170 via the sample-and-hold circuit composed 
of U160A and C177. This DC BAL signal is a dc offset-null 
level that is determined during the automatic DC Bal pro- 
cedure. The offset value is stored as a calibration constant 
in RAM and is recalled at regular intervals to set the DC 
Bal level, holding the Preamplifier in a dc balanced condi- 
tion. 



The Channel 1 VOLTS/DIV VAR control is monitored by 
the Microprocessor during the front-panel scanning rou- 
tine. When the processor has determined where the 
VOLTS/DIV VAR control is positioned, it causes DAC 
U2101 (diagram 2) to produce a corresponding control 
level and routes it to the VAR gain sample-and-hold circuit 
composed of U160D, C179, and associated components. 
The control voltage at the output of U160D (pin 14) sets 
the variable gain of the Preamplifier. 



A pickoff amplifier internal to U100 conditions the 
trigger signal and provides the proper signal level at pin 1 5 
to drive the A/B Trigger Generator (U500, diagram 5). The 
pickoff point for the trigger signal is prior to the addition of 
the vertical position offset, so the position of the signal on 
the crt has no effect on the trigger operation. However, 
the pickoff point is after the DC Bal and Variable gain sig- 
nals have been added to the signal so both of these func- 
tions will affect trigger operation. 



Common-mode signals are rejected from the trigger sig- 
nal by the circuitry composed of operation amplifier U450B 
and associated components. The inverting input of U450B 
(pin 6) is connected to the common-mode point between 
APO+ (pin 12) and TPO- (pin 15) of U100. Any 
common-mode signals present are inverted and applied to 
a common-mode point between R451 and R453 to cancel 
the signals from the differential output. A filter network 
composed of LR 180 and the built-in circuit board capaci- 
tor (5.6 pF) reduces trigger noise susceptibility. Trigger sig- 
nals for options are obtained from J100. 



The Channel 1 input signal used to provide the horizon- 
tal deflection for the X-Y displays is obtained from U100 
pin 11. The components between pin 1 1 and the Horizon- 
tal Output Amplifier provide phase compensation of the 
signal. During instrument calibration, the delay produced 
by C115, C116, L115, R115, and variable capacitor C118 
is matched to the 78-ns delay of the vertical delay line 
(DL100, diagram 6). 



Channel 2 Preamplifier 

Operation of Channel 2 Preamplifier U200 is nearly 
identical to that of the Channel 1 Preamplifier just 
described. The exceptions are that the output polarity of 
the Channel 2 signal may be either normal or inverted and 
that the signal obtained from the BPO+ output (pin 11) is 
conditioned differently for a different purpose than in the 
Channel 1 Preamplifier circuitry. 
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Inverting the Channel 2 signal for the CH 2 INVERT 
feature is accomplished by biasing on different amplifiers. 
The control data clocked into the internal control register 
from pin 22 sets up the necessary switching. 



Illumination circuitry, redrawn to show U130C through 
130F as Darlington transistor pairs for the purpose of the 
following description. 



The Channel 2 BPO+ signal at U200 pin 11 provides 
an accurate representation of the Channel 2 signal at the 
rear-panel CH 2 OUT connector. 



Channel 3 and Channel 4 Preamplifier 

The functions provided by the Channel 3 and Channel 4 
Preamplifier are similar to those provided by the Channel 1 
and Channel 2 Preamplifiers. The single-ended CH 3 and 
CH 4 input signals are converted to differential signals, 
and vertical gain and vertical positioning are added to the 
output signals. Trigger pickoff signals are generated for 
both channels and are routed to the Trigger hybrid. 



Channel 3 and Channel 4 gains may be either 0.1 volt 
per division or 0.5 volt per division. The logic levels of con- 
trol bits applied to U300 pin 30 (GA3) and pin 31 (GA4) 
from Auxiliary Control Register U140 sets the gain of the 
Channel 3 and Channel 4 preamplifiers respectively. Verti- 
cal positioning of the Channel 3 and Channel 4 signals on 
the crt is controlled by the voltage levels applied to pin 29 
(POS3) and pin 32 (POS4) from the front-panel CH 3 and 
CH 4 POSITION potentiometers (via MUX U2530 and 
sample-and-hold amplifiers U2430C and C2333 and 
U2430D and C2332). 



Dc offsets in the output signal due to any tracking 
differences between the +5-V and the -5-V supply to 
U300 are reduced by the tracking regulator circuit com- 
posed of U165A, Q190, and associated components. 
Operational amplifier U165A and Q190 is configured so 
that the output of voltage at the emitter of Q190 follows 
the -5-V supply applied to R198. This tracking arrange- 
ment ensures that the supply voltages are of equal magni- 
tudes to minimize dc offsets in the output signals. 



Scale Illumination 

The Scale Illumination circuit consists of U130C, 
U130D, U130E, U130F, and associated components. The 
circuit enables the operator to adjust the illumination level 
of the graticule marks on the crt face plate using the 
SCALE ILLUM control. 



Components U130C through U130F, depicted on 
diagram 4 as inverters, are actually Darlington transistor 
pairs. Figure 3-4 is a simplified illustration of the Scale 



Darlington transistors U130D and U130E control the 
current flow to scale-illumination lamps DS100, DS101, 
and DS102. Base drive current for U130D and U130E via 
R133 is set by the front-panel SCALE ILLUM pot R134. 
Voltage at the more negative end of the pot is set by the 
self-biasing configuration of U130F and R135. The voltage 
level established by these two components is two diode 
drops above ground 1.2 V) so that, at full counterclock- 
wise rotation, the wiper voltage of the SCALE ILLUM pot 
will just match the turn-off point of U130D and U130E. The 
voltage at the other end of the pot is set by the collectors 
of U130D and U130E. As the SCALE ILLUM pot is 
advanced, the base drive to U130D and U130E increases, 
and the voltage on their collectors moves closer to ground 
potential. This increases the current through the scale- 
illumination lamps to make them brighter and produces 
some negative feedback to the base circuit through the 
SCALE ILLUM pot. Negative feedback stabilizes the base 
drive to U130D and U130E to hold the illumination level 
constant at the selected setting of the SCALE ILLUM con- 
trol. 
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Figure 3-4. Scale illumination circuit. 
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During SGL SEQ display mode, the graticule is 
illuminated only once during the sequence for photographic 
purposes. In this mode, a HI is initially written to Auxiliary 
Control Register U150 (bit Q H ). This turns on U130C and 
shunts the base drive current of U130D and U130E to 
ground. At the point in the sequence when the graticule 
should be illuminated, the processor writes a LO to bit Q H , 
and Q130C is turned off. This enables U130D and U130E 
to turn on the lamps to the illumination level set by the 
SCALE ILLUM pot. 



DISPLAY SEQUENCER, 
TRIGGERS, AND SWEEPS 



The Display Sequencer circuitry (diagram 5) controls 
and sequences the "analog-type" oscilloscope functions in 
real time, dependent on control data it receives from the 
Microprocessor. The A/B Trigger circuitry, under control of 
the Display Sequencer, detects when triggering require- 
ments are met and initiates the appropriate sweep. The A 
Sweep and B Sweep circuits generate sweep ramps under 
control of the Display Sequencer when triggered by the 
A/B Trigger circuitry. 



Display Sequencer 

The Display Sequencer consists primarily of integrated 
circuit U650. This IC accepts analog and digital control 
signals from various parts of the instrument and, depend- 
ing on the control data string clocked into its internal con- 
trol register from the Microprocessor, will change control 
signals that it sends to other, signal-handling circuits. 



In the course of developing waveform displays, the 
Display Sequencer selects one or more vertical channels, 
sets the trigger source, and selects the horizontal display 
mode. In most cases, the trigger selection does not 
change after it has been set unless a front-panel trigger 
control is changed. An exception is that in VERT 
TRIGGER MODE, the trigger source tracks the sequenc- 
ing of the vertical channels (unless AUTO LVL MODE, or 
CHOP VERTICAL MODE is also selected). Trigger source 
selection lines are changed only during trigger holdoff time 
between sweeps. 



Fifty-five bits of serial data from the processor defining 
the instrument's operating sequence are applied to the 
Display Sequencer data input, pin 25. The data string is 
clocked into U650 to the internal control register by the 
processor-generated control clock applied to pin 24. The 
data string is organized in several fields, with each field 
defining the operating mode of one specific instrument 
function. 



Display Sequencer U650 controls the various functions 
defined by the data fields by setting the levels of the asso- 
ciated control lines. The functions and controlling signal 
lines for each function are as follows: 



VERTICAL DISPLAY SELECTION. CH 1, CH 2, CH 3, 

CH 4, ADD , a nd R eadout Y si gnals are selected by the 
VST , VS2 , VS3 , and VS4 control signals. See the 
Vertical Channel Switch description for further information. 

HORIZONTAL DISPLAY SELECTION. A Sweep, B 
Sweep, CH 1 ( for X -Y displa ys) and Readout X are 
selected by the HSA and HSB control signals. See the 
Horizontal Output Amplifier description for further 
information. 

TRIGGER SOURCE SELECTION. CH 1, CH 2, CH 3, 

CH 4, ADD, Line, and a sample of the vertical output 
signal (for calibration pur poses o nly) are s electa ble as th e 
Trigge r SOU RCE b y the SROA , SR1A , SR2A , SROB , 
SR1 B , and SR2B control lines (pins 28, 27, 29, 32, 31 , 
and 30 respectively). See the A/B Trigger description for 
further information. 

TRIGGER HOLDOFF. Sweep recovery time and the 
circuit initialization time required when front-panel controls 
are changed are controlled by the THO (trigger holdoff) 
signal. 

DELTA TIME (At) DELAY SELECTION. DLY REF or 

DLY REF 1 is selected by the DS (delay select) signal. 



TRIGGER and SWEEP ACTIVITY (STATUS). The 

acti vity o f the T ri gger a nd S weep circuits, as indicated by 
the SGA , SGB , TSA , and TSB lines, is reported to the 
Microprocessor via the T SO (trigger status output) line 
when clocked by the TSS (trigger status strobe) signal. 

INTENSITY CONTROL. The readout intensity, display 
intensity, and display intensity compensation are controlled 
by the BRIGHT output level. 



DISPLAY BLANKING. Display blanking for CHOP 
VERTICAL MODE, Readout transitions, and front-panel 
control changes is controlled by the BLANK output. 

READOUT CONTROL. The vertical selection, horizontal 
selection, and intensity controls are all se t to t heir readout 
modes either at the end of an A Sweep ( SGA goes HI) or 
in response to a readout request ( ROR ) from the 
Readout circuitry (diagram 7). While in the readout mode, 
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th e BL ANK control signal is driven by the readout blank 
( ROB ) input signal on pin 5 ( also from the Readout 
circuitry). The readout active line ( ROA , pin 6), when set 
LO, tells the Readout circui try th at readout dots may be 
displayed if necessary. The ROA signal is always set LO 
at the start of the trigger holdoff time following sweeps, 
and it is held there until the holdoff time is almost over. 
This allows the majority of holdoff time to be used for 
disp laying readout dots. The Display Sequencer will switch 
the ROA signal back to HI before the end of holdoff so 
that the readout display does not interfere with display of 
the vertical signal at the triggering event. 

TRACE SEPARATION. Vertical separation between the 
A Sweep trace and the B Sweep traces (for alternate 
horizontal sweep displays), and between the reference B 
Sweep trace and the delta B Sweep trace (when delta 
time is selected in B Sweep only mode), is enabled by the 
TS1 +TS2 output. 

X10 HORIZONTAL MAGNIFI CATIO N. Horizontal X10 
magnification is controlled by the MAG output. 

CALIBRATOR TIMING. The 5-Hz to 5-MHz drive signal 
to the Calibrator circuitry is provided by the CT output. 

DELAY GATE OPERATION. Analog Switches U850B 
and U850C select the delay references for each sweep. 
Depending on the display mode and point in the display 
sequence, the DS control signal (U650 pin 40) routes one 
of the two analog delay references through U850B and 
U850C to the two sweep hybrids. The selected reference 
level is compared against the changing sweep ramp 
voltages to generate the delay gates that control each 
sweep's functions. 

After an A Sweep has been initiated by a trigger, a 
delay gate circuit within U700 compares the A Sweep 
ramp voltage to the selected delay reference. When the 
sweep ramp reaches the delay reference level, the DG 
(delay gate) output goes LO, enabling the B trigger portion 
of U500 and B Sweep hybrid U900. Then, when B trigger- 
ing occurs (for TRIG AFT DLY mode), the A/B Trigger 
hybrid sets the TGB (trigger gate B) signal LO, initi ating 
the B Sweep. In RUN AFT DLY mode, however, the TGB 
signal to U900 is held LO, and the B Sweep is initiated at 
the end of the A Sweep delay time when the A Sweep 
delay gate goes LO. 



STATUS MONITORING. As the Display Sequencer 
controls the display system in real time, it continually 
monitors the trigger and sweep operations and updates 
the internal trigger status register accordingly. The 
Microprocessor checks the contents of this register every 
3.3 ms to determine the current status of the trigger and 



sweep circuitry. The Microprocessor reads the trigger 
status r egiste r by generating a series of trigger status 
strobe ( TSS ) pulses (U650 pin 19) to serially clock the 
contents of the register out to the TSO (trigger status 
output) line and onto the Data Bus (via Status Buffer 
U2220 on diagram 2). The system status information 
obtained by this check is used for AUTO LVL triggering, 
AUTO free-run triggering, detecting the completion of all 
sweeps in a SGL SEQ display, automatic measurement 
functions, and during instrument calibration. 



INTENSITY CONTROL. The Display Sequencer controls 
the intensity for both sweep and readout displays. The 
analog levels at pins 22 and 23 determine the basic 
intensity level of the displays. Two internally generated 
DAC currents (developed by multiplying the IREF current 
at pin 20 by two processor-generated numbers stored 
internally) are added to the basic intensity level currents to 
produce the display intensity seen on the crt (see Table 3- 
1). The two DAC currents added to the INTENSITY 
current are dependent on sweep speed, number of 
channels being displayed, and whether or not the X10 
MAG feature is in use. These added currents increase crt 
beam current and hold the display intensity somewhat 
constant under the varying display conditions. The 
resulting current is applied to Z-Axis Amplifier U950 
(diagram 6) from the BRIGHT output of the Display 
Sequencer (pin 21). 



To produce the intensified zone on the A Sweep trace 
for A intensified by B Sweep displays, an additional 
current is added to the crt drive sign al by the Z-Axis 
Amplifier during the concurrence of the SGAZ and SGBZ 
(sweep gate A and B z-axis) signals. 



The readout intensity (ROI) level, controlled from the 
front-panel READOUT INTENSITY pot (via MUX U2530 
and sample-and-hold U2630A and C2732). The Micropro- 
cessor increases readout intensity when the pot is rotated 
either direction from center. Minimum readout intensity 
current occurs at the midpoint of the READOUT INTEN- 
SITY pot rotation. The Microprocessor also detects to 
which side of center the READOUT INTENSITY control is 
set. Depending on the status received, the processor sets 
up the Readout circuitry (diagram 7) to display either all of 
the readout information or just the "delta type" readouts. 



Blanking of the crt display during CHOP VERTICAL 
MODE displays or when switching between dot positions 
in the readout displays is controlled by the Display 
Sequencer's BLANK output (pin 3). When the signal is LO, 
the crt z-axis is turned on to the selected intensity level; 
when HI, the crt display is blanked. 
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Table 3-1 
Intensity Control 



Type 


Horizontal 


Resulting Current 


of 


Selects 


at BRIGHT Output 


Display 


HSA 


HSB 




X/Y 


LO 


LO 


Dl (display intensity) only 


A Sweep 


LO 


HI 


Dl + A SWP DAC current 


B Sweep 


HI 


LO 


Dl + B SWP DAC current 


Readout 


HI 


HI 


ROI (readout intensity) only 



READOUT CONTROL. The r eadou t request signal 
( ROR ), the re adou t active signal ( ROA ), and the readout 
blank signal ( ROB ) control readout displays. During the 
first part of the holdoff time, up until one or two holdoff 
ramps before holdoff time ends (depe ndent on the sweep 
rate), the Display Sequencer sets the ROA signal line LO. 
While the ROA line is LO, the Readout circuitry may 
display readout character dots if necessary. During 
readout displa ys, th e hori z ontal and v ertica l select signals 
( HSA , HSB , VST , VS2 , VS3 , and VS4 ) are all set HI. 
This deselects the waveform-related sweep and deflection 
signals and gives display control to the Readout circuitry. 
While readout information or cursors are being displayed, 
the BLANK ou tput signal (pin 3) is controlled by the 
readout blank ( ROB ) signal from the Readout circuitry, 
and the readout intensity (ROI) signal pin (pin 23) controls 
the BRIGHT output level. 

During holdoff , the Display Sequencer always sets the 
readout ac tive ( ROA ) line LO. As previously described, 
setting the ROA signal LO allows the Readout circuitry to 
display readout dots. In some settings of the SEC/DIV 
switch, with adequate trigger rates, holdoff time is pro- 
vided for the Readout circuitry to display all the readout 
information without causing noticeable display flicker. 



TRACE SEPARATION. The TRACE SEP feature is 
used to position the alternate B Delayed Sweep trace 
downward from the A Sweep when Alternate Horizontal 
Display Mode (TURN-ALT) is active. It is also used when 
either the At or 1/At measurement function is used with B 
Sweep only displays. In the latter case, the TRACE SEP 
control vertically positions the trace(s) associated with the 
A control. 



When the Display Sequencer determines that trace 
separation should be active, the LO TSIN level at pin 7 is 
routed to pins 9 and 8, the TS1 and TS2 outputs (con- 
nected together). This LO output turns off transistor Q600 
(diagram 6), thereby enabling the trace separation voltage 
from the front-panel TRACE SEP pot (via MUX U2530 and 
sample-and-hold U2630C and C2631) to be applied to pin 
42 of Vertical Output Amplifier U600. To disable the trace 
separation function, the Display Sequencer sets the TS1 
+ TS2 control line HI, turning on Q600 and shunting the 
trace separation signal to ground. 



X10 MAG SELECT. The MAG (sweep magnifier) output 
(pin 39) drives the magnifier control input (pin 14) of 
Horizontal Output hybrid U800 and the select input (pin 9) 
of analog switch U860C (diagram 6). Analog switch U860C 
routes a magnifier gain-control voltage to the Horizontal 
Amplifier to set the horizontal gain for the X10 magnified 
displays. 



CH 2 DELAY OFFSET. The VS2 (vertical select, 
channel 2) output applied to analog switch U860B at pin 
10 routes a calibrated offset voltage from sample-and-hold 
buffer U165D to both sweep hybrids when the Channel 2 
vertical signal is being displayed. The offset voltage is 
used to eliminate the apparent propagation delay between 
the Channel 2 and the Channel 1 (or CH 2 and either one 
of the other channels). A step in the calibration procedure 
allows use of the front-panel Channel 2 Delay Offset 
feature to be either enabled or disabled. When enabled, 
the Channel 2 offset may be adjusted up to ±500 ps (with 
respect to Channel 1) using the A control. 



In those cases where the holdoff time is insufficient to 
prevent flicker, a portion of the Readout circuitry will 
r eques t display control by setting the readout request 
( ROR ) signal LO. The Display Sequencer recognizes all 
readout requests immediately and switches the horizontal 
and vertical select lines to the readout display mode. The 
Readout circuitry displays one readout dot and then resets 
the readout request HI to switch back to the display of 
waveforms. Readout requests occur as required during 
sweep times, keeping the readout display up to date. (See 
"Readout" description for further information). 



CALIBRATOR TIMING. The Calibrator timing signal 
(CT) from the Display Sequencer is generated by an 
internal counter. The counter divides the 5-MHz clock 
input at pin TC (timing clock) by a value that is a function 
of sweep speed. The resulting square-wave output signal 
drives the Calibrator circuit. For ease of sweep rate 
verification, the Calibrator signal provides a display of five 
complete cycles on the crt at sweep speeds from 100 ms 
per division to 0.1 us per division. Below 100 ms per 
division, the Calibrator output frequency remains at 5 Hz; 
and above 0.1 ^s per division, the Calibrator frequency 
remains at 5 MHz. 
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When chopping between vertical channels, the Display 
Sequencer adds a 200-ns skew at the end of some 
sweeps to desynchronize the chop frequency from the 
sweep speed (to prevent the sweep from locking onto the 
chop frequency). Due to this, the Calibrator signal has an 
irregular pulse repetition characteristic between sweeps. 
This will not be apparent when observing the Calibrator 
signal on the instrument crt since the skew is synchro- 
nized to the sweep, but may be observed when the Cali- 
brator output signal is used with other instrumentation. 
The skew can be eliminated by setting the instrument to 
SGL SEQ Mode (to shut off the sweeps). 

Holdoff Circuitry 

The holdoff circuit, used to delay the start of a sweep 
until all circuits have recovered from the previous sweep, 
is made up of U165C, Q154, Q155, and associated com- 
ponents. Operational Amplifier U165C and capacitor C180 
form a sample-and-hold buffer used to set the charging 
current for holdoff-ramp integrating capacitor C171 (C660 
for the 2467B). A control voltage from digital-to-analog 
converter (DAC) U2201 (diagram 2) via multiplexer U170 
(diagram 4) is stored on C180. The stored voltage level 
sets the base voltage for both Q154 and Q155 via 
amplifier U165C. Transistors Q154 and Q155 form a 
current-mirror with nearly equal collector currents. Transis- 
tor Q154 is a current-to- voltage converter that provides 
negative feedback to U165C, setting loop gain. Transistor 
Q155 acts as a constant-current source that charges 
integrating capacitor C171 (C660 for the 2467B), produc- 
ing a linear holdoff ramp. 

A comparator circuit in U650 detects when the ramp 
crosses a predefined threshold voltage (approximately +3 
V). When the threshold is reached, pin 10 of U650 (HRR) 
goes LO and the integrating capacitor is discharged. At 
that same time, an internal counter that keeps track of the 
holdoff ramp cycles is incremented. The ramps continue to 
be generated and reset until the holdoff ramp counter has 
counted the number of ramp cycles defined by the sweep- 
rate-dependent holdoff data field stored in the Display 
Sequencer control register. At all sweep speeds except 5 
ns per division, the count is at least two holdoff ramp 
cycles. The front-panel variable HOLDOFF control affects 
holdoff time by varying the HOLDOFF control voltage to 
U165C (from the DAC), changing the charging rate of 
integrating capacitor C171 (C660 for the 2467B). 



When holdoff time requirements are met (determined by 
the number of ramps counted), the Display Sequencer sets 
the THO (trigger holdoff) signal LO. This enables both the 
A Sweep hybrid (U700) and the A Trigger circuitry in U500. 
The Trigger circuit begins monitoring the selected trigger 
source line and, when a triggering event is detected that 
meets the triggering requirements defined by the stored 
control data, initiates the A Sweep and sets the TSA 
(trigger status, A Sweep) line to Display Sequencer U650 
LO (indicating that the A Sweep has been triggered). 



As the A Sw eep circuit (U700) responds to the trigger, 
it sets the SGA (sweep gate A) line LO (via U980A) indi- 
cating that an A Sweep is in progr ess. A fter the sweep 
has run to completion, U700 sets the SGA line HI signaling 
the end of sweep. The Display Sequencer then sets the 
THO line HI, resetting A/B Trigger hybrid U500 and A 
Sweep hybrid U700 in preparation for the next sweep. 



HOLDOFF BOARD (2467B ONLY). Holdoff ensures that 
the sweep generator fully recovers between successive 
sweeps. It inhibits the sweep and trigger for a specific 
holdoff time after each sweep. The Display Sequencer 
(U650) sets THO (Trigger HOIdoff, pin 13) high, which 
resets and inhibits both the A trigger and the A sweep. 
Then, after the holdoff time elapses, THO is set low, 
enabling the A trigger and A sweep to respond to the next 
trigger event. The Display Sequencer and external circuitry 
form a holdoff timer. 



The holdoff timer operates only while SGA (not Sweep 
Gate A, at the base of Q159) is high. Holdoff time is pro- 
portional to a number of holdoff-timer cycles, counted by 
the Display Sequencer, according to the selected sweep 
speed. A capacitance and a charging current determine 
the duration of each holdoff-timer cycle. The HOLDOFF 
control varies the current to adjust the cycle duration in 
the range from about 1 tis to about 15 ms. 



The circuit comprising operational amplifier U165C and 
transistors Q154 and Q155 generates the charging current 
for the holdoff timing capacitors C660, C169, C173, and 
C174. When the voltage on C174 rises above +5 V, com- 
parator U168B drives the HRR terminal of the Display 
Sequencer U650 high, through emitter follower Q158, 
diode U1169H, diode-connected Q161, and R177. C172 
also charges to about +4 V. The Display Sequencer then 
drives HRR back to ground and counts one holdoff-timer 
cycle. Stored charge in the base-collector junction of 
diode-connected Q161 supplies the high current needed to 
rapidly switch HRR from low to high and R177 limits the 
current required from U650 to drive HRR back from high 
to low. When HRR is driven below the voltage on C172, 
comparator U168A discharges C660, C169, C173, and 
C174. 



When both the output of comparator U168A is low and 

SGA is high, Q157, R179, R178, and U169F form a 
current mirror. This establishes a discharge current for 
C169, proportional to the charging current from the collec- 
tor of Q155, and normalizes the operation of the circuit for 
a!! settings of the variable HOLDOFF control. 
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Triggers 

The A/B Trigger hybrid (U500) and associated circuitry 
select the triggering signal source for each horizontal 
sweep as directed by the Display Sequencer. When the 
proper triggering criteria to initiate a sweep are detected, a 
triggering gate signal is produced to start the selected 
sweep. 



Control data from the processor defining trigger mode, 
coupling, and slope parameters for each trigger is clocked 
into two storage regist ers in ternal to U500 by the A TRIG 
CLK signal on pin 23 ( CCA ) and the B TRIG CLK signal 
on pin 47 ( CCB ). The Displ ay Seque ncer selects the A 
trigger source with the SROA , SR1A , and SR2 A sign al 
lines; the B trigge r source is selected using the SROB , 
SR1B , and SR2B signal lines. Table 3-2 illustrates trigger 
source selection. 



Table 3-2 
Trigger Source Selection 



Select Inputs 




SR2A(B) 


SR1A(B) 


SROA(B) 


Trigger Source 


H 


H 


L 


CH 1 


H 


L 


H 


CH 2 


H 


L 


L 


ADD 


L 


H 


L 


CH 3 


L 


L 


H 


CH 4 


H 


H 


H 


LINE (or BWLB) a 



°During calibration routines from the Diagnostic Monitor. 



To initiate the A Sweep, the trigger hybrid compares 
the selected signal to the analog trigger level input at pin 
13, the TLA (trigger level A). B trigger signals are com- 
pared to the TLB (trigger level B) signal at pin 37 when 
trigger B Sweeps are required. When the prope r trigg er 
signa l is detected, U500 outputs a trigger gate ( TGA or 
TGB ) to the appropriate sweep circuit to initiate that 
sweep. 



A Sweep 

When properly triggered, the A Sweep circuit generates 
linear sweep ramps of selectable slopes. When amplified, 
these ramp signals horizontally sweep the crt beam across 
the face of the crt. The A Sweep circuitry consists of 
U700, Q709, Q710, Q741, U910B, U980A, and associated 
components. 



Wh en an A Sweep is initiated, the trigger-status line 
( TSA ) (trigger status A, U500 pin 20) goes LO to signal 
the Display sequencer that a tri gger has occurred. Until 
the sweep is completed, the TGA signal on pin 18 (or TGB 
signal on pin 42 for B Sweeps) remains L O. Af ter the A 
Sweep is completed, the A Sweep Gate ( SGA ) from A 
Sweep hybrid U700 (via U980A) will go HI, causing the 
Display Sequencer to set its THO (trigger holdoff) line (pin 
13) HI. This resets the sweep hybrid and the trigger hybrid 
in preparation for the next trigger event. 



The B Trigger Holdoff input (THOB, U500 pin 39) is held 
HI (keeping the B Trigger reset) until the A Sweep Delay 
Gate (DG, U700 pin 41) goes LO (see the following A 
Sweep description). When DG goes LO, the B Trigger por- 
tion of U500 is enabled. The B Sweep Trigger functions in 
a manner similar to that of the A Sweep Trigger just 
described. During a parametric measurement, the THOB 
line may be driven by either A Sweep Delay Gate or BHO 
from the measurement PAL, U975. If CNTL1 is LO, THOB 
is driven by A Sweep Delay Gate through the buffer 
transistor Q741. If CNTL1 is HI, Q741 is held off by Q742 
and THOB is driven by BHO. 



The A Sweep ramp signal is derived by charging one of 
several selectable capacitors from a programmable 
constant-current source. Capacitor selection depends on 
the sweep-rate-dependent control data (CD) on pin 29 that 
is clocked into A Sweep hybrid U700 by the A SWP CLK 
on pin 28 ( CC ). This sweep-rate data causes some inter- 
nal logic to select either hybrid-mounted capacitors CTO or 
CT1 or capacitor C708 at the CT2 (timing capacitor two) 
pin. An additional capacitor, C709, may be selected (via 
Q709 and Q710) if the control data asserts the TCS (tim- 
ing capacitor select) signal on pin 9. TCS will be HI for A 
Sweep speeds slower than 1 ms per division. Capacitor 
C707 and associated circuitry form a linearity compensa- 
tion circuit. 



The constant current to charge the selected capacitor is 
derived from the DAC-controlled voltage, A TIM REF (A 
timing reference), generated on the Control Board. The 
ITREF input (U700 pin 24) is held at zero volts by an inter- 
nal programmable current-mirror circuit at that input (see 
Figure 3-5). The A TIM REF voltage is applied to the 
current mirror via series resistors R723 and R724 to 
establish the input reference current (ITREF). The output 
of this current mirror is related to the input reference 
current by a multiple "M" that is set by a control data field 
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M x ITREF 



ITREF 




PROGRAMMABLE 
CURRENT 
MIRROR ffj 



CHARGING 
CURRENT TO 
CAPAC I TOR 
t SELECTION 
NETWORK 
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If the SEC/DIV VAR control is out of the calibrated 
detent position, the processor will decrease the A TIM 
REF voltage from the maximum, in-detent value by an 
amount proportional to the position setting of the VAR 
control. At the maximum, fully counterclockwise setting of 
the VAR control, the ITREF current is one-third that of the 
normal, in-detent current. 



For A Sweep hybrid U7 00 to initiate a sweep at the 
selected rate, the AUXTRIG (auxiliary trigger) input (pin 3), 
the THO (trigger hold off) lin e from the Display Sequencer 
(on pin 1), and the TRIG (trigger) line from the trigger 
hybrid (on pin 2) must all be LO. With these three inputs 
LO, the A SWEEP ramp begins, and the sweep gate 
( SG ) outpu t (pin 45) goes LO. The buffered sweep gate 
signal ( SGA ) at the output of U975 returns to the Display 
Sequencer through R981 to indicate that the A Sweep is 
active. The sweep gate signal is used by various other cir- 
cuits for their timing activities and is held LO until the A 
SWEEP ramp ends. The buffered (negative) sweep gate is 
inverted and routed to the rear-panel A GATE output con- 
nector via U975. 



Figure 3-5. Sweep generator. 



stored in the internal control register of U700. The derived 
output current (M x ITREF) is connected to another pro- 
grammable current-mirror circuit, U910B, external to the 
hybrid. The output of U910B provides the actual charging 
current and is a control-data-selected multiple of the M x 
ITREF current. 



At the time of calibration, the processor will vary the 
ITREF input current until the slope of the output ramp for 
specific current-mirror/timing capacitor combinations is 
precisely set. The values of A TIM REF at these settings 
allow the processor to precisely calculate the characteris- 
tics of the current-mirror circuits at their various multiplica- 
tion factors and the charging characteristics of the timing 
capacitors. These values are stored as calibration con- 
stants in nonvolatile memory (RAM U2460, diagram 1). 



Once the calibration constants are set, any setting of 
the SEC/DIV switch causes the Microprocessor to recall 
the associated calibration constants from RAM. The pro- 
cessor then calculates the proper value of A TIM REF 
based on the selected timing capacitor and the current- 
mirror multiplication factors. 



Diodes CR752 and CR753 and associated components 
form a charging network that permi ts dela ying the timing 
of the end-of-A-Sweep gate signal ( SGAZ ) for B Sweep 
displays. For normal A Sweep operation with the SGBZ 
signal HI, the SGAZ signal will end quickly, since the 
capacitance associated with Z-Axis hybrid U950 input 
(diagram 6) will be charged positive ly thro ugh both R753 
and R754. For B Sweep operation ( SGBZ is LO), the end 
of the SGAZ gate signal will be delayed slightly (with 
respect to the normal sweep gate) since charging of the 
Z-Axis input capacitance will be at a slower rate through 
R754 only. This allows more of the B Sweep to be 
displayed than would otherwise be possible. 



The A Sweep Delay Gate (DG) signal acts as the 
trigger holdoff (THO) signal for the B Sweep and the B 
Trigger circuitry. It is generated by comparing the A 
SWEEP ramp voltage to the selected delay reference (DR) 
level from analog switch U850C. As the ramp voltage 
crosses the delay reference level, the delay gate (DG) out- 
put signal goes LO, removing the HI THO level to the B 
Sweep. This enables the B Sweep to run immediately in 
RUN AFT DLY B Trigger Mode or, when in TRIG AFT 
DLY B Trigger Mode, enables the B Sweep to run when a 
B triggering event occurs. 



The BDCA (A Sweep bypass-delay comparator) input 
(U700 pin 39) is a data bit from Auxiliary Control Register 
U140 (diagram 4) that, when HI, sets the A Sweep DG 
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output LO at the beginning of the A Sweep. This enables 
the B Sweep to run immediately at the start of the A 
Sweep and is used for calibration purposes and for 
options. 



The capacitive load (part of the etched-circuit board) at 
the RDA (retrace delay adjust) input (U700 pin 4) is used 
to delay the retrace of the sweep until the Z-Axis drive is 
fully turned off in response to the SGAZ gate going HI. 
This delay prevents any part of the retrace from being 
seen. 



B Sweep 

Operation of B Sweep hybrid U900 is similar to that 
just described for the A Sweep with the following excep- 
tions: the THO input (and thus sweep enabling) is con- 
trolled by the A Sweep hybrid or the measurement PAL 
and not the Display Sequencer (see the preceding A 
Sweep description). The timing capacitor select output, 
TCS, is not used, and only three timing capacitors are 
selectable (two on the B Sweep hybrid at CTO and CT1 
and one externally at CT2). 

Calibrator 

The Calibrator circuit, composed of Q550, U165B, 
U550A, B, C, and D, and associated components, gen- 
erates a square wave output of precise amplitude and fre- 
quency characteristics. The CALIBRATOR signal provided 
at the front-panel output connector is useful for adjusting 
probe compensation and verifying VOLTS/DIV, SEC/DIV, 
and At (delta time) calibration. Output frequency is con- 
trolled by the Display Sequencer and is set to display five 
cycles across the ten crt graticule divisions at sweep 
speed settings from 100 ns per division to 100 ms per divi- 
sion. This feature allows quick and easy verification of the 
sweep rates. The Calibrator circuitry is essentially a volt- 
age regulator that is alternately switched on and off, pro- 
ducing the square-wave output signal. 

When the timing signal (CT) from the Display 
Sequencer to the base of U550D is LO, U550C (configured 
as a diode) is forward biased, shunting bias current away 
from Q550, keeping it turned off. When transistor Q550 is 
off, the front-panel CAL OUT connector is pulled to ground 
potential through R558, setting the lower limit of the CALI- 
BRATOR output signal. 

As the CAL signal goes from LO to HI, the emitter of 
U550D is pulled HI to reverse bias U550C. Bias current for 
Q550 is established, and the transistor is turned on. The 
voltage at the emitter of Q550 rises to a level of +2.4 
volts, determined by the voltage regulator composed of 
U165B, U550A, U550B, and associated components. This 
regulated level is applied to the front-panel CALIBRATOR 
connector through a voltage-divider network composed of 
R557 and R558. This produces an output voltage of 400 
mV with an effective output impedance of 50 fi. 



Since the frequency of the CALIBRATOR signal is con- 
trolled by the same divider chain that controls operation of 
the vertical chopping rate, the intentional 200-ns shift 
added to the chop signal at the end of some sweeps (to 
desynchronize the chopping rate from the sweep rate) 
shows up on the CALIBRATOR signal as an irregular- 
width pulse. This shift is not apparent when viewing the 
CALIBRATOR signal on the instrument providing the sig- 
nal (since the skew occurs during sweep-retrace time), but 
it should be taken into account when using the CALIBRA- 
TOR signal with other instrumentation. The skew can be 
eliminated from the signal by setting the instrument 
TRIGGER MODE to SGL SEQ (to shut off the sweeps). 

PARAMETRIC MEASUREMENTS 



The VOLTS Parametric Measurement is made using 
the same methods and circuitry that is used in the Auto 
Level trigger mode to find the peak voltages. The accuracy 
of the VOLTS measurement is based on the accuracy of 
the trigger level and the DC balance of the instrument. 



All of the time-based Parametric Measurements use the 
A and B Sweep gates and delay gates as the basis for the 
measurements.The measurement PAL, U975, controls the 
signal flow while in the Parametric mode. The measure- 
ment flip-flop, U980B, reports t he sta te of a variety of con- 
ditions to the SLIC through the SGB line. The SLIC data is 
read by the processor system and used to compute the 
desired measurement. 

VERTICAL CHANNEL SWITCH AND 
OUTPUT AMPLIFIERS 



The Vertical Channel Switch (diagram 6) selects the sig- 
nal source for vertical deflection of the crt beam. The Vert- 
ical, Horizontal, and Z-Axis output amplifiers provide the 
signal amplification necessary to drive the crt. 



Vertical Channel Switch 

The Vertical Channel Switch consists of hybrid Channel 
Switch U400, that selects one of the vertical signals for 
application to the Vertical Output Amplifier, and a com- 
bined switch/amplifier circuit that converts the single-ended 
readout vertical signal into a differential signal for applica- 
tion to the Channel Switch. 



Channel se lection is controlled by the Display 

Sequencer VS1 through VS4 signals applied to the vertical 
channel selection pins (pin 24, pin 25, pin 13, and pin 14 
respectively). (See Table 3-3 for the Vertical Display Selec- 
tion.) When a vertical select line is LO, the associated 
input signal pins are connected to the differential output 
(+OUT, pin 11 and -OUT, pin 3). The CH 5 input signal 
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Table 3-3 
Vertical Display Selection 



Select Inputs 


Vertical 

Dicnlav 


VS1 


If Ol 

VS2 


VS3 


VS4 


1 

L 


n 


n 


n 


CH 1 


H 


L 


H 


H 


CH 2 


L 


L 


H 


H 


ADD 


H 


H 


L 


L 


CH 3 


H 


H 


H 


L 


CH 4 


H 


H 


H 


H 


Readout (Y) 



(Readout Vertical) is added to the output whenever both 
the VS3 and VS4 select signals are HI but will only contain 
readout information when the readout select logic (U975A 
and U975C) detects that the Display Seq uenc er ha s set 
both the Horizontal Select signals { HSA and HSB ) HI 
(readout selected). 



READOUT SWITCH/ AMPLIFIER. Transistors U485A, 
U485B, U485C, U485D, and U475C, along with their 
associated components, make up an analog switch circuit 
that routes either the readout vertical signal at the base of 
U485A or the ground reference at the base of U485C to 
the output at the emitter of U475C. The signal selected 
depends on the complementary voltages applied to the 
emitter junctions of the two emitter-coupled transistor 
pairs, U485A and B and U485C and D. The selection 
voltages are developed by voltage-divider networks on the 
complementary logic outputs of U975A and U975C. 



When readout information is to be displayed, the hor- 
izontal select inputs to U980B and U980C go HI and the 
output of NAND-gate U975C goes LO. The LO applied to 
the divider network of R498, R484, and R471 pulls the 
anode of CR484 low enough to reverse bias it. This for- 
ward biases the emitter-coupled pair U485A and B via 
R483. NAND-gate U975A inverts the LO and applies a HI 
to the junction of R497 and R485. The HI forward biases 
CR485, and the emitters of U485C and D are pulled to a 
level in excess of +2 V, reverse biasing the transistor 
pair. With U485C and D reverse biased, the ground refer- 
ence level at the base of U485C is isolated from the out- 
put, while the readout vertical information is allowed to 
pass through the forward-biased transistor pair. 



When readout information is not being displayed, a HI is 
present at the output of NAND-gate U975C. The HI for- 
ward biases CR484 and, when inverted by U975A, reverse 
biases CR485. With the biasing conditions reversed, the 
transistor pair of U485C and D becomes forward biased 
and U485A and B becomes reversed biased. The ground 
reference level present at the base of U485C is coupled to 
the output, while the readout vertical signal is isolated. 



The output signal (either the readout vertical signal or 
the ground reference level) is applied to the CH5+ input of 
Channel Switch U400 via R495 and R412. The inverting 
amplifier circuit composed of U475A, U475B, U475D, and 
associated components inverts the readout vertical signal 
for application to the CH5— input. The amplifier is an 
inverting unity-gain configuration with transistors U475A 
and U475B connected as an emitter-coupled pair. The 
base of U475A is referenced to ground through R482. The 
base of U475B is pulled to the same level by the negative 
feedback from emitter-follower U475D through R478. The 
noninverted signal is applied to the base of U475B through 
R492 and will attempt to increase or decrease the current 
to the base of U475B, depending on the amplitude and 
polarity of the signal. However, the negative feedback from 
the collector of U475B (via U475D and R478) will hold the 
base of U475B at the ground reference level. The feed- 
back current through R478 develops a voltage drop across 
R478 that is equal in amplitude but opposite in polarity to 
the noninverted vertical readout signal. The inverted 
readout signal is applied to the Channel Switch on pin 2 
(CH5-) via R476 and R402. 



The HF ADJ (high-frequency adjust) potentiometer 
R417 and resistor R416 (connected to pin 16) adjust the 
high-frequency response of the Channel Switch hybrid. 



Vertical Output Amplifier 

Vertical Output Amplifier U600 is a hybrid device that 
provides the final amplification of the selected vertical sig- 
nal, raising it to the level required to drive the crt deflection 
plates. Vertical deflection signals from the Vertical Channel 
Switch are delayed approximately 78 ns by Delay Line 
DL1 00. This delay allows the Sweep and Z-Axis circuits to 
turn on before the triggering event begins vertical 
deflection of the crt beam, thereby permitting the operator 
to view the triggering event. The bridged-T network, com- 
posed of inductors and capacitors built into the circuit 
board, corrects phase-distortion introduced by the delay 
line. The RLC networks connected between the output 
pins of U400 are adjusted during calibration to obtain the 
correct overall high-frequency response of the vertical 
deflection system. The vertical signal from the Delay Line 
is applied to pins 1 and 3 of U600. The RL network con- 
nected between pins 8 and 5 (COMPA and COMPB) of 
U600 compensates the signal for the skin-effect losses 
associated with the delay line. 



33-24 



Amplifier gain and vertical centering are adjusted by 
R638 and R639 respectively, primarily to match the 
amplifier hybrid to the crt installed in the instrument. On 
the 2465B, the Dynamic Centering circuit sinks an 
intensity-dependent correction current away from the verti- 
cal centering input at pin 39. The correction signal holds 
the vertical centering stable over a wide range of varying 
display intensities. Readout jitter adjustment pot R618 is 
used to minimize thermal distortion in the output amplifier 
to reduce jitter in the display readout. 



The vertical output signal at pins 28 and 33 of U600 
(OUT A and OUT B) is applied to the vertical deflection 
plates of the crt (diagram 8) via L628 and L633. The 
deflection plates form a distributed-deflection structure 
that is terminated by a hybrid resistor network. One ele- 
ment of the terminating network is an adjustment poten- 
tiometer used to match the network impedance to that of 
the crt. 
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Also, the activation of the BEAM FIND switch is 
detected by the microprocessor during its normal Front- 
Panel Switch Scanning. When detected, the microproces- 
sor initiates a CRT Wakeup sequence for 2467B instru- 
ments and generates a User Request SRQ if option 10 is 
installed. 



OUTPUT PROTECTION CIRCUIT. A current-limit circuit 
composed of transistors Q623 and Q624 protects the 
Vertical Output Amplifier from a short-circuited output or a 
bias-loss condition. Either of these fault conditions will 
cause excessive current to flow into pins 30 and 31 of 
U600. Current in FET Q624 is limited to the IDSS current, 
so the voltage at pins 24, 30 and 31 will drop. This 
decreases the forward bias on pass-transistor Q623 and 
lowers the voltage at pin 23 of U600 enough to provide 
some degree of protection for the device. 



BANDWIDTH LIMITING. Bandwidth limiting coils L644 
and L619, along with capacitors built into U600, form a 
three-pole filter used to roll off high-frequency response of 
the Vertical Output ampl ifier a bove 20 MHz. To limit the 
vertical bandwidth, the BWL (bandwidth limit) input to 
U600 (pin 16) is pulled LO. It may be set LO either by the 
BWL control data bit from Auxiliary Control Register U140 
(diagram 4) when the operator selects the Bandwidth Limit 
feature or automatically by the output of NAND-gate 
U975A in the Vertical Channel Switch circuitry (via CR61 6) 
when the readout is being displayed. 

TRACE SEPARATION. The voltage applied to the TS 
(trace separation) input of U600 (pin 42) is used to offset 
the output levels to vertically shift the position of the trace 
on the crt. During normal sweep displays, TS1 + TS2 
signal applied to the base of Q600 by the Display 
Sequencer (diagram 5) is HI, and the transistor is turned 
on. The TRACE SEP level at the junction of R642 and 
CR600 is shunted to ground, and no offsetting at the 
output signal will occur. For those displays in which trace 
separation should occur, the Display Sequencer switches 
the base of Q600 to ground level to turn off the transistor. 
The trace separation level set by front-panel TRACE SEP 
control R3190 (via MUX U2530 and sample-and-hold 
circuit U2630C and C2631) is applied to the TS input of 
U600, and a corresponding offset of the displayed trace 
will occur. 



BEAM FIND. As an aid in locating off-screen or 
overscanned displays, the instrument is provided with a 
beam-finding feature. When the front-panel BEAM FIND 
button is pushed, the beam-find input pin (BF, pin 15) of 
U600 will be pulled HI. While BF is HI, the dynamic range 
of Vertical Output Amplifier U600 is reduced, and all 
deflected traces will be held to within the vertical limits of 
the crt graticule. 



Horizontal Amplifier 

The Horizontal Amplifier circuitry consists of a Horizon- 
tal Output Amplifier U800, a unity-gain buffer amplifier 
made up of the five transistors in U735, and associated 
components. 



UNITY-GAIN BUFFER AMPLIFIER. The amplifier circuit 
composed of U735A, B, C, D, and E along with their 
associated components, form a unity-gain amplifier that 
buffers the ramp signal from A Sweep Generator U700 to 
the Horizontal Output Amplifier. Transistors U735C and D 
form a differential pair with the negative excursion of their 
emitters limited to -5 V (clamped by U735E). Negative 
feedback from the collector of U735C to its base is via 
emitter-followers U735A and B (in parallel) which drive the 
A Sweep input (pin 18, A+) of Horizontal Output Amplifier 
U800. 



HORIZONTAL OUTPUT AMPLIFIER. Integrated circuit 
U800 provides the final amplification of the selected 
horizontal-deflection signal required to drive the crt. One of 
the single-ended input signals applied to the four input pins 
is converted to a differential-output signal at the output 
pins of the amplifier. The four deflection signals to U800 
are: the A sweep (pin 18, A+), the B Sweep (pin 16, B+), 
the Readout Horizontal signal (pin 17, RO) and the 
Channel 1 signal (used for horizontal deflection of the X-Y 
displays) at pin 20, the X+ input pin. Signal selection is 
done by an internal channel swit ch an d is controlled by the 
HSA (horizontal select A) and HSB (horizontal select B) 
signals from the Display Sequencer (see Table 3-4). 
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Table 3-4 
Horizontal Display Selection 



Control Level 


Selected 
Signal 


HSA 


HSB 


H 


H 


Readout (X) 


H 


L 


B Sweep Ramp 


L 


H 


A Sweep Ramp 


L 


L 


X Input (from CH 1) 



Switching between unmagnified (X1) gain and magnified 
(X10 gain) is also controlled by signals from th e Dis play 
Sequencer. For normal horizontal deflection, the MAG sig- 
nal on pin 14 of U800 is HI, and the gain of the output 
amplifier produces normal sweep deflection. Precise X1 
deflection gain is set by adjusting X1 Gain pot R860. 
When the X10 MAG feature is selected, amplifier gain for 
the m agnified sweeps is increased by a factor of 10. The 
MAG signal from the Display Sequencer goes LO when 
magnified sweep is to be displayed. This switches the 
amplifier gain and switches analog switch U860C from the 
X1 position to the X10 position. Amplifier gain in the 
magnified mode is adjusted by adding or subtracting a 
small bias current using X10 Gain control R850. Dc offsets 
in the amplifier and crt are compensated for, using Horiz 
Centering pot R801 to precisely center the display. On the 
2465B, an intensity-dependent position correction signal, 
used to hold the horizontal centering stable over a wide 
range of varying display intensities, is also added at this 
point by the Dynamic Centering circuitry. 



Timing and linearity of the sweep is affected by the 
amplifier transient response; and Trans Resp pot R802, 
connected to pin 2, is adjusted during calibration for 
optimum accuracy of the high-speed sweeps. 



As with the Vertical Output Amplifier, the Beam Find 
feature reduces the dynamic range of the Horizontal Out- 
put Amplifier. While the front-panel BEAM FIND button is 
pressed in, a HI is placed on U800 pin 15 via pull-up resis- 
tor R615, and the horizontal deflection is reduced, moving 
horizontally off-screen displays to within the graticule view- 
ing area. 



Z-Axis Amplifier 

Z-Axis Amplifier U950 turns the crt beam off and on at 
the desired intensity levels as the oscilloscope goes 
through its display sequence. The BRIGHT (brightness) 
signal applied to U950 pin 44 from the Display Sequencer 
U650 (diagram 5) is amplified to the level required to drive 



the crt control grid (via the DC Restorer circuitry) and sets 
the crt beam intensity. The BLANK input signal applied to 
U950 pin 5, also from the Display Sequencer, blanks the 
trace during sweep retrace, chop switching, and readout 
blanking by reducing the VZ OUT s igna l to a b lanked level. 
Sweep gate z-axis signals ( SGAZ and SGBZ ) from the A 
Sweep and B Sweep hybrids (U700 and U900) respec- 
tively, (diagram 5) are applied to the Z-Axis Amplifier on 
pins 4 and 3. These signals turn the beam current on and 
off for the related displays and, when used in conjunction 
with the BLANK signal on pin 5, enable the sweeps to be 
blanked while still allowing the Readout circuitry to blank 
and unblank the crt for the readout displays. 



Con t rol sig nals applied to U950 pin 48, pin 2, and pin 1 
( HSA , HSB , and TXY respectively) switch some internal 
logic circuitry to enable or disable different input signals for 
the various types of displays. Table 3-5 illustrates the 
effects of the various inp ut sig n als o n the outpu t signal for 
different combinations of HSA , HSB, and TXY. 



The Z-Axis hybrid has an internal limiter circuit that 
prevents the crt from being damaged during high-intensity, 
high-repetition-rate displays. A signal representative of the 
intensity setting and the sweep repetition rate is integrated 
on C957 and results in a control level at pin 7 of U950 
used to limit intensity of the crt beam. Maximum Grid drive 
is controlled by R949 on U950 pin 9. 



Focus tracking for intensity (VZ OUT) level changes is 
provided by the VQ OUT (quadrapole output voltage) sig- 
nal at pin 22 of U950. The VQ OUT signal varies the 
focusing voltages (and thus the focusing strength) of two 
quadrapole lenses in the crt (diagram 8). The VQ OUT sig- 
nal is related to the VQ OUT level exponentially and pro- 
vides the greatest auto-focus control at high intensity lev- 
els. Gain of the VQ OUT signal is set by the High-Drive 
Focus adjustment, R1842. On the 2465B, the VQ OUT 
signal also drives the Dynamic Centering circuit and holds 
the display position stable during wide-range intensity level 
changes. 



On the 2467B, the transient response of the Z-Axis 
Amplifier is adjusted by potentiometer R1834, connected 
to U950 at pin 13. 



Dynamic Centering (2465B only) 

The circuit composed of U3401 , U3402, and associated 
components generates compensating signals to offset 
positioning effects that occur in the crt when the intensity 
is varied over a wide range. The VQ OUT signal from Z- 
Axis Amplifier U950 is exponentially proportional to the 
display intensity and dynamically controls the intensity- 
dependent offsets. 
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Table 3-5 

Blanking and Intensity Control Selection 



Control Inputs 


Intensity 
Affected 
By 


Blanking 
Affected 
By 




TXY 


HSA 


HSB 


Typical Display 


X a 


H 


H 


BRIGHT (RO level) 


BLANK 


Readout 


X 


H 


L 


BRIGHT, Z EXT 


BLANK, SGAZ, SGBZ 


Delayed Sweep 


X 


L 


H 


BRIGHT, SGBZ.Z EXT 


BLANK, SGAZ 


Main Sweep 


L 


L 


L 


BRIGHT, SGBZ, Z EXT 


BLANK 


X-Y 


H 


L 


L 


BRIGHT, SGBZ, Z EXT 


BLANK, SGAZ 


X-Y 



a X= State doesn't matter. 



Dynamic Centering adjustment pots R3401 and R3407 
set the gain and polarity of the signals at their related out- 
puts by varying the current in the emitter circuit of one of 
two emitter-coupled pairs of transistors. Adjusting the 
bias level, at either pin 4, above =a -10.6 volts (deter- 
mined by R3410 and R3411 at the complementary inputs, 
pins 1) will generate an inverted signal, while adjusting the 
bias levels below -10.6 volts will cause a noninverted sig- 
nal. Amplitude of the resulting signal is dependent on how 
far from the - 1 0.6-volt reference the bias is set. The out- 
put signal is added or subtracted from the position voltage 
applied to the Vertical and Horizontal Output Amplifiers. 
Both pots are adjusted so that position shifts due to 
display intensity variations are minimized. 



READOUT 



The Readout circuitry (diagram 7) is responsible for 
displaying the alphanumeric readout characters in the crt. 
An eight-bit character code specifying each character (or 
cursor segment) to be displayed is written from the 
Microprocessor to a corresponding location in the Charac- 
ter RAM U2920 (a 8K-x-8-bit, random access memory 
integrated circuit). Each of the following 128 locations in 
the RAM, address locations through 63 for the first and 
fourth readout lines and 128 through 191 for the second 
and third readout lines, corresponds to one of the 128 
possible character locations in the crt readout display (see 
Figure 3-6). The next 128 RAM locations, address loca- 
tions 64 through 127 for the first and fourth readout lines 
and 192 through 255 for the second and third readout 
lines, are used to store cursor segment information for the 
display of the AV and At measurement cursors. The eight- 
bit character code written to each location in RAM points 
to a block of addresses in Character ROM U2930. This 
block in the ROM contains the dot-position information for 
the specific character to be displayed at the associated crt 
position. 



Each character is made up of zero (for a space charac- 
ter) or more dots displayed in an eight-wide by sixteen- 
high dot matrix. Specific blocks of ROM addresses contain 
all the X-Y offset coordinates for the dots in a particular 
character in the readout. The coordinates are referenced 
to the lower-left corner of the character dot matrix. Each 
individual data byte in the block of ROM addresses con- 
tains both the X and the Y coordinates for one dot of the 
associated character. 



To display a character, a combination of the character 
position on the crt (the RAM address) and the byte of X-Y 
position data from Character ROM U2930 (relative to that 
character position) is applied to Horizontal and Vertical 
DAC (digital-to-analog converters) circuits, U2910 and 
U2905 respectively. In these circuits, the X-Y position data 
is converted to analog deflection signals used to position 
each dot in the crt readout display. Each of the position 
bytes are read from the block of ROM defining the charac- 
ter under control of the readout timing and sequencing cir- 
cuitry. The resulting dots, when displayed in sequence, 
form the character at the proper location on the crt. 



Readout I/O 

The Readout I/O circuitry, composed of U2860, U2865, 
U2960, and associated components, provides the interface 
between the Microprocessor and the Readout board. Two 
types of data, Readout mode data and character data, are 
written to the Readout board serially via data bus line 
BDO. 
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STORING A CHARACTER. Displaying a character 
starts with serially clocking 16 character data bits into a 
16-bi t shift register formed by registers U2960 and U2860. 
The ROS1 strobe (readout strobe one) from the Address 
Decode circuitry (diagram 1 ) is the clocking signal. The first 
eight bits of the loaded data indicate the character to be 
displayed, while the last eight select the location on the crt 
that the character is to be displayed. 



by U2965A to produce a positive transition that shifts the 
dat a bit p resent at U2960 pin 9 (Q SH ) into U2860. After 
15 ROS1 strobes have occurred, seven bits of character 
data are latched into U2860, and the eighth character bit 
and seven of the character address bits are latched into 
character address register U2960 (though they have not 
been shifted into their correct positions for addressing the 
RAM). 



On positive-going transitions of the ROS1 strobe, the 
data bit present on the BDO data line is shifted into the 
first latch of character address r egister U2960. The follow- 
ing negative-going edges of the ROS1 strobe are inverted 



At this point, the last character bit remains to be shifted 
into the registers, but the operating mode must be set up 
first to ensure correct operation upon shifting in the final 
bit. The eight bits of mode data are shifted into the mode 
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Figure 3-6. Developing the readout display. 
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c ontrol register U2865 by the ROS2 strobe. Bit Q 4 
( WRITE ), along with the ROS2 and the R/ W DLYD sig- 
nal are applied to the RAM enabling circuitry and deter- 
mine when new character information will be written into 
the Charact er RAM . With U2865 loaded with the mode 
data, a final ROS1 strobe clocks the eighth bit of charac- 
ter data from U2960 to U2860 on the negative edge, and 
the positive edge of the strobe clocks the eighth character 
address bit into U2960. 



locations from the Readout I/O stage is a code that 
identifies the specific character (or cursor segment) that 
should be displayed at the associated crt location. After 
the display data is written into the RAM, the Character 
Counter is allowed to address the RAM, incrementing 
through the RAM address field. The eight-bit character 
codes for each display location are output to Character 
ROM U2930 in sequence. 



With control bit Q 4 from U2865 LO, the outputs of 
U2860 are enabled and the eight bits of character data 
(CDO through CD7) are written in parallel into the Charac- 
ter RAM at the location selected by the eight-bit address 
from U2960. Register U2960 is enabled only when the 
Readout is not displaying characters (the REST signal at 
pin 15 of U2960 is HI). 



The character data register U2860 also provides a 
means for the Microprocessor to read data from the 
Character RAM for partial verification of Readout circuit 
operation (during the power-up tests). The eight bits of 
parallel data from the Character RAM location selected by 
character address register U2960 are loaded into U2860 
by setting bit Q 3 of mode control register U2865 LO. 
Inverter U2965C converts the LO to a HI and applies it to 
character-register U2860 at pin 1. The HI on pin 1, in com- 
bination with the fixed HI on pin 19 of U2860, switches the 
character register to th e Para llel Load mode. The next 
positive transition of the ROS1 strobe loads the eight data 
bits placed on the CDO through CD7 bus lines into the 
register in parallel. Bit Q 3 is the n returned HI, and the next 
positive transition of the ROS1 strobe shifts the Q A bit to 
pin 8 (Q A '), the RO DO (readout data out) line. Seven 
more ROS1 strobes shift the remaining seven bits of char- 
acter data out onto the RO DO line to Status Buffer 
U2220 (diagram 2) to be read, one at a time, by the pro- 
cessor. 

Character RAM 

Character RAM U2920 provides temporary storage of 
the readout character selection data. This character data 
is organized as 256 eight-bit words that define the charac- 
ter that should be displayed at any given readout position 
on the crt. Cursor information is also stored in U2920 
when cursors are to be displayed. 

RAM locations may be addressed either from the 
Readout I/O stage by character address register U2960, 
as previously described, or by the Character Counter 
stage. Each of the following 128 address locations 
corresponds to a specific readout location on the crt. 
Address locations through 63 correspond to the first and 
fourth readout lines and 128 through 191 to the second 
and third readout lines. The next 128 address locations 
store cursor information. Address locations 64 through 127 
correspond to the first and fourth readout line storage and 
192 through 255 to the second and third readout line 
storage. The eight bits of data written to one of these 



Character Counter 

The Character Counter stage consists of two four-bit 
counters (both within U2940) cascaded together to form 
an eight-bit counter and tristate buffer U2935 which drives 
the RAM address lines. 



As the Character Counter addresses each RAM loca- 
tion (the counter also determines the character screen 
location), a sequence of "dot display cycles" is performed 
in which the individual dots that make up th e chara cter are 
positioned on the crt and turned on. The EOCH (end of 
character) signal applied to U2855A prevents the counter 
from incrementing until all dots of the character have been 
display ed. As the last dot of a character is addre ssed, the 
EOCH bit at pin 2 of U2855A goes LO. The next GETDOT 
pulse increments U2940 (via U2855A), and the next RAM 
location is addressed to start the display of the next char- 
acter. Space characters have the EOCH bit set LO for the 
first "dot" of the character and merely advance the 
Counter to the next character address without displaying 
any dots. See the Chara cter ROM description for further 
explanation of the EOCH bit. 

Character ROM 

Character ROM U2930 contains the horizontal and 
vertical dot-position information for all of the possible char- 
acters (or cursor segments) that may be displayed. The 
eight bits of character data from the Character RAM are 
applied to the eight most-significant address inputs (A4 
through A1 1 ) of the Character ROM and select a block of 
dot-positioning data unique to the character to be 
displayed. The Dot Counter increments the four least- 
significant address lines (AO through A3), causing the 
ROM to output a sequence of eight-bit words, each 
defining a dot position for the selected character. 

The three least-significant bits of a ROM dot-data word 
(DDO through DD2) select one of eight horizontal positions 
for the dot within an eight-by-sixteen character matrix (see 
Figure 3-6). The next four bits (DD3 through DD6) define 
the vertical position of the dot within the matrix. These 
dot-data bits are applied to the Horizontal and Vertical 
Character DACs, where they are converted to the analog 
voltages used to position the dot on the crt. 
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The last dot-data bit DD7 is the EOCH (end of charac- 
ter) bit and, when LO, indicates that the last dot of the 
character is addressed. It is used to reset the Dot Counter 
(via U2855B) and enables the Character Counter to be 
incremented (via U2855A) after the last dot of a character 
has been displayed. 



Two servicing jumpers, J401 and J402, have been pro- 
vi ded to disable the Character ROM and force the DD7 bit 
( EOCH ) LO. In certain instances, these two conditions 
may be useful when troubleshooting the Readout circuitry. 
To prevent damage to the ROM output circuitry, J402 
should only be installed after J401 is installed (to disable 
the ROM). 



Dot Counter 

The Dot Counter consists of two four-bit counters (both 
within U2870), OR-gate U2835A, inverter U2980D, and 
inverting input AND-gate U2855B. It sequences through a 
block of addresses containing dot-position data for a 
selected character. The Dot Counter is incre mented w hen 
a dot is finished (via Inverter U2975A) by the GETDOT sig- 
nal from the Dot Cycle Generator. 



The counter increments through the block of dot- 
position data until the last byte of the block is encountered 
(last dot). This last data byte has the EOCH (end of char- 
acter) bit (DD7) set LO. The dot is positi oned and 
displayed in the normal manner, but when the GETD OT 
signal occurs for the next dot display cycl e, the E OCH bit 
is latched into U2905 and generates the EOCH1 (end of 
charac ter, delayed one dot) signal at U2905 pin 15. With 
EOCH and EOCH1 both LO, the HI reset pulse produced 
at pin 1 of NOR-gate U2855A resets the counter and, 
except for space characters, the EOCH bit returns HI. As 
the reset is removed from the Dot Counter, it is reenabled 
for dis play of the next character. For space characters, the 
EOCH bit will be detected as a LO when the first dot is 
read from the Character ROM, and the Character Counter 
wil l advance to the next character on the next rising edge 
of GETDOT 



Counter U2870 and OR-gate U2835D enable characters 
of more than 16 dots to be displayed. Since most of the 
readout characters are small, using 16 dots or less, 
efficient data storage is achieved by storing the dot- 
position data as 16 consecutive bytes. For displaying 
these smaller characters, the least significant four bits 
from U2870 are sufficient to address the 16 possible dot- 
position bytes. 



When larger characters (up to 32 dots) are to be 
displayed, an additional bit of counter data must be used 
to address the ROM. This fifth bit comes from U2870 pin 



1 1 and is ORed by U2835D with bit CDO from the Charac- 
ter RAM. The block address for these larger characters 
always has bit CDO set LO, so the counter bit from U2870 
pin 11 is in control of the ROM address line at pin 7 of 
U2930. When displaying these larger charac ters, the dot 
count goes beyond 16 dots before the EOCH bit is set LO. 
On the seventeenth character, the fifth counter bit (pin 1 1 
of U2870) will go HI to address the next 16-byte block of 
character data in ROM U2930. The lower four bits of the 
DOT Counter then sequence th rough t his additional block 
in the normal manner until the EOCH bit is encountered, 
resetting the counter. 



Horizontal DAC 

The Horizontal DAC generates the voltages used to 
horizontally position dots of the readout display on the crt. 
Five data bits (CAO through CA4) from the Character 
Counter stage position a character to the correct column 
in the display (32 possible columns across the crt), while 
three data bits from Character ROM U2930 (DDO through 
DD2) horizontally position the dots within the eight-by- 
sixteen character matrix (see Figure 3-6). 



The eight bits of position data are written to the per- 
manently enabled DAC each time a new do t is requested 
by the Dot Cycle Generator. The GETDOT signal applied 
to pin 1 1 (Chip Select) enables the DAC to be written into, 
and the falling edge of the 5-MHz clock applied to pin 12 
(Write) writes the data at the eight DAC input pins into an 
internal latch. The voltage at the DAC output pin changes 
to reflect the data present in the latch. 

Vertical Character DAC 

The function of Vertical Character DAC U2875A and 
U2905 is similar to that of the Horizontal DAC just 
described. It is responsible for vertically positioning each 
character dot on the crt. The Vertical DAC circuit is made 
up of seven, D-type flip-flops (contained within U2905 and 
U2875) and an accompanying resistor weighting network. 
The outputs of the flip-flops source different amounts of 
current to a summing node through a resistor weighting 
network. 



The seven data bits are l atched int o U2875A and 
U2905 on the rising edge of the GETDOT signal. Two bits 
of character address data (CA5 and CA7) from the Char- 
acter Counter switches the vertical display position 
between the four readout display lines. When the display is 
to be in the bottom line, bit CA5 is set LO. With CA5 LO, 
transistor Q2805 saturates pulling pin 3 of U2820 toward 
ground and a small current is sourced to the summing 
node via R2925. Vertical position above this reference is 
determined by dot data bits DD3 through DD6. When the 
top line is to be displayed, the CA5 bit is set HI, biasing 
Q2805 off and allowing pin 3 of U2820 to be pulled up to 
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+5 V through the resistor divider composed of R2928 and 
R2929. A larger current is now sourced into the summing 
node via R2925 and enough voltage is developed across 
R2926 to move the display to the top row of the crt. The 
CA7 bit is used to offset the top and bottom readout 
display lines to form the center two readout display lines. 
As before, the individual dots are then positioned above 
this reference level by dot data bits DD3 through DD6. 

Mode Select Logic and Analog Channel Switch 

The Mode Select Logic circuitry is composed of analog 
switches U2800 and U2805, buffers U2820B and C, gates 
U2810A, B, C, and D, U2900B and C, and part of U2905. 
It controls the readout display mode by selecting which 
deflection signals should drive the Horizontal and Vertical 
Deflection Amplifiers during a readout display. Five display 
modes are decoded by the Mode Select Logic: character 
display, vertical cursor 0, vertical cursor 1, horizontal cur- 
sor 0, and horizontal cursor 1 . 

For normal character displays, cursor select bit CA6 on 
U2800 pin 1 is LO. This LO signal passes through analog 
switch U 2800 and is latched into U2905 when the 
GETDOT request from the Dot Cycle Generator goes HI. 
This latched LO selects the character display mode by 
forcing the outputs of U2900B and C and U2810A and B 
HI. The HI outputs of U2900B and C applied to the select 
input pins of analog switch U2805 cause the Horizontal 
DAC output signal applied to U2805 pin 1 1 to be routed to 
the Horizontal Amplifier (diagram 6) via buffer U2820B. 
The same HI logic levels cause NOR-gates U2810C and D 
to produce a LO at their outputs. This causes analog 
switch U2800 to route the Vertical DAC output signal 
applied to pin 12 to the Vertical Output Amplifier (also 
diagram 6) via buffer U2820A. 



For cursor displays, cursor select bit CA6 goes HI. This 
HI is routed t hrough an alog switch U2800 and latched into 
U2905 when GETDOT next goes HI. This produces a HI at 
U2905 pin 16, enabling the Mode Select Logic to decode 
output bits DD3, DD4, and DD5 (from U2905) to determine 
which of the four possible cursor modes is selected (see 
Table 3-6). Once one of the cursor modes is entered, ana- 
log switch U2800 routes a fixed HI from pin 5, pin 2, or pin 
4 to U2905 to keep the Mode Select Logic enabled. Char- 
acter display mode is reentered only when return-to- 
character-mode data is decoded (DD4 and DD5 both LO). 
When that occurs, U2800 routes the CA6 bit to U2905 
and, if the bit is LO, the cursor display mode is halted. 



CURSOR DEVELOPMENT. Cursors are displayed in 
short sections, alternating between both vertical positions 
(for the delta voltage cursors) or both horizontal positions 
(for the delta time cursors). When displaying delta voltage 
cursors, the CURSOR level is routed to the Vertical 
Amplifier by analog switch U2800. This level determines 
the vertical position of one of the voltage cursors. 
Horizontal-positioning voltages for one segment of the 
cursor are routed from Horizontal DAC through analog 
switch U2805 and buffer U2820B to horizontally position 
each of the dots making up the cursor segment. DLY REF 
1 is then used to vertically position the second cursor, and 
the Horizontal DAC positions each of the dots for that 
cursor segment. The cycle is repeated until all segments of 
both cursors are displayed. 



Table 3-6 
Readout Display Mode Selection 



Control Bits 








CA6 


DD5 


DD4 


DD3 


Mode 


Horizontal 


Vertical 


(Cursor Select) 








Selected 


Signal 


Signal 


L 


X a 


X 
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Character Display 


Horiz DAC 


Vert DAC 


H 


L 


H 


L 


Vert Cursor 1 


Horiz DAC 


DLY REF 1 


H 


L 


H 


H 


Horiz Cursor 1 


DLY REF 1 


Horiz DAC 


H 


H 


L 


L 


Vert Cursor 


Horiz DAC 


CURSOR 


H 


H 


L 


H 


Horiz Cursor 


CURSOR 


Horiz DAC 


H 


L 


L 


X 


Return to character display Mode 



a X = State doesn't matter. 
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Delta time cursor displays are similar in that the CUR- 
SOR and DLY REF 1 signals are used to position the 
cursors. In this case, however, analog switch U2805 
selects the CURSOR and DLY REF 1 signals alternately 
to position the cursors horizontally, and the Horizontal 
DAC output is routed via analog switch U2800 and buffer 
U2820C to vertically position the dots within each cursor 
segment. 



Refresh Prioritizer 

The Refresh Prioritizer circuitry consists of U2850A and 
B, U2950B, U2990A, and U2985. It keeps track of how 
well the Readout circuitry is doing in displaying all the 
required readout information and maintains the overall 
refresh rate. Since the readout display must remain 
flicker-free and at a constant intensity over the entire 
sweep rate range, various modes of displaying readout 
information are provided. The Refresh Prioritizer keeps 
track of the display status and enables the various 
readout-display modes as required to produce minimal 
interference with the displayed waveform trace(s). 

Ideally, readout information should be displayed only 
when the oscilloscope is not trying to display waveform 
traces. These times occur before a trace commences, 
after a trace is completed, or between consecutive traces. 
Displaying in this mode corresponds to "priority one" in 
Figure 3-7 and causes no interference with the displayed 
waveforms. If the Readout circuitry is able to display all 
the required readout dots during the holdoff time between 
sweeps, the prioritizer U2985 will turn off the Dot Start 
Governor until the next subframe of readout information is 
to be displayed. When the sweep times are either too fast 
to finish a readout display during holdoff (at 5 ns per divi- 
sion no identifiable holdoff time exists) or too slow to allow 
flicker-free readout, readout display modes other than 
priority one are initiated. 



The next most desirable time for dots to be displayed is 
during "triggerable" time: that time between sweeps when 
the oscilloscope is waiting for a sweep trigger event to 
occur. This is designated priority two and may cause slight 
interference on the leading edge of the displayed trace if a 
dot is being displayed when the actual trigger occurs. 



Finally, the least desirable dot display time is during a 
waveform trace display. This display time is designated 
either priority three or priority four. (Priority four indicates 
a higher demand of display time.) In priorities three and 
four, dot displays occur during the main portion of the 
waveform display. However, the waveform blanking asso- 
ciated with these displays is relatively random in nature 
and is usually not noticeable. 



To start a readout display, the ROSFRAME (readout 
subframe) request from the Timing Logic (diagram 1) 
clocks the Q output of flip-flop U2850A HI. ROSFRAME 
is a periodic clocking signal used to hold the overall 
refresh rate constant and occurs at regular intervals, 
regardless of the state of the display. 



As the Dot Cycle Generator runs, it resets half of 
U2830 in the Dot Timer at somewhat irregular intervals 
with the STARTDOT signal (via inverter U2890A). The Dot 
Timer then starts a timing sequence, and the rising edge 
of the REFRESH signal from U2830 pin 4 clocks the 
latched ROSFRAME request from U2850A pin 5 to the Q 
output (pin 9) of flip-flop U2850B. This HI, applied to the 
S1 input (pin 10) of prioritizer U2985, sets it up to incre- 
ment with the next REFRESH clock applied to its clock 
input (pin 11). The LO Q output of U2850B (pin 8) applied 
to the reset input of U2850A resets the latched ROS- 
FRAME request. See Figure 3-8 for an illustration of the 
timing sequence involved. 
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Figure 3-7. Readout display priorities. 



Table 3-7 
Operation of Prioritizer Shift Register 



Select Inputs 


Mode 


SO 


S1 




H 


H 


Parallel Load 


H 


L 


L -» Q A (decrease priority) 


L 


H 


H -> Q D (increase priority) 


L 


L 


Hold Data 
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10 MHz 
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ROSFRAME 
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*NOTE:IF S0 IS ALSO HI AT THIS TIME, THE PRIORITY DOES NOT CHANCE. 
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Figure 3-8. Timing of Refresh Prioritizer. 



The next REFRESH clock increments the display prior- 
ity to one by clocking a HI to the Q D output (pin 12) of 
prioritizer shift register U2985. (Table 3-7 illustrates the 
operation of U2985.) The same clock latches the now LO 
ROSFRAME request at U2850B pin 12 to the Q output 
(pin 9), where it is applied to the S1 input (pin 1 0) of priori- 
tizer U2985. The LO on the S1 input of the prioritizer will 
remain until another ROSFRAME request from the Timing 
Logic occurs, and the encoded priority at the output pins 
of U2985 will remain as it is presently set. 



As each of the consecutive dots of the readout frame 
are displayed, the Dot and Character Counters increment 
until all dots of the subframe have been displayed (eight 
characters). As the Character Counter increments to 
address the next character of the display (first character of 
the next frame), the fourth bit of counter U2940 goes HI 
and sets the SO input (pin 9) of prioritizer U2985 HI via 
exclusive-OR-gate U2990A. The Dot Timer then clocks the 
prioritizer with a REFRESH clock on pin 11 of U2985, and 
the priority is decremented back to zero (indicating that 
the subframe is completed). The next ROSFRAME request 
starts the process over again to display the next subframe 
of readout display. The sequence just described is the 
priority one display mode and is used when holdoff time 
between sweeps allows all dots of the subframe to be 
displayed before the next ROSFRAME request occurs. 



If a second ROSFRAME request occurs before the 
Character Counter indicates the end of the subframe (to 
decrement the prioritizer back to zero), input S1 of U2985 
will be set HI (while the SO input pin remains LO) and the 
Prioritizer will increment to priority two (outputs Q c and 
Q D go HI) on the next STARTDOT cycle. If this display 
priority still is inadequate to complete the subframe display 
before the next ROSFRAME request occurs, priority two 
will be incremented up to priority three, or even to priority 
four should the condition persist. Priority four is operation- 
ally the same as priority three, but it is used to keep the 
readout circuitry continuously displaying readout data on 
through the next subframe, thus allowing the display to 
catch up. If priority four is in effect, the next decrement 
that occurs at the end of a subframe only returns the 
prioritizer to priority three, not to priority two. 

The circuit composed of flip-flop U2950B and 
exclusive-OR-gate U2990A enables either edge of the CA3 
bit to decrement the priority of the display when a sub- 
frame is completed. Either a negative or positive transition 
on pin 2 of U2990A will cause the output at pin 3 go HI 
since the Q output of U2950B is still at the opposite level. 
The HI from U2990A indicates that the end of the present 
subframe has occurred, and it sets up the prioritizer to 
decrement with the next REFRESH clock. At the same 
time that the prioritizer decrements, the changed level of 
the CA3 bit is clocked through U2950B and causes the 
output of exclusive-OR-gate U2990A to return LO until the 
next subframe is completed. 
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If the subframe is completed (SO on U2985 goes HI) 
when a ROSFRAME request is also pending (S1 is also 
HI), U2985 does a parallel load, reloading the present 
priority back into the prioritizer. Since, in this case, the 
subframe display was completed at the same rate as the 
ROSFRAME request occurred, the readout display priority 
is not changed. 



Dot Start Governor 

The Dot Start Governor detects the display priority 
from the Refresh Prioritizer and initiates dot-display cycles 
as the appropriate conditions are met. The conditions 
tested include display priority, sweep gate completion, dot 
completion, readout control status, and the readout active 
enable from the Display Sequencer. 



When the readout board status line (ACTIVE/ 
ADDRESSABLE ) is HI (signifying display) and the REST 
line goes HI to indicate that the dot cycle is complete, 
NAND-gates U2890C and D generates a HI at pin 11 
(DOTOK) to signal that a new dot display is allowed. The 
HI from U2890C and D enables most of the gating in the 
Dot Start Governor. If the Refresh Prioritizer has encoded 
a display priority of either one or two, the output of 
exclusive-OR-gate U2990B is HI. When DOTOK from 
U2890C and D goes HI to enable a dot display, the LO 
reset from pin 8 of U2970C and D to pin 1 of fl ip-flo p 
U2880 is removed. Now, when the A Sweep gate ( SGA ) 
goes HI (beginning of Holdoff), the HI at the_D input of 
U2880B is clocked to the Q output and the Q output at 
pin 8 will go LO, requesting display of a priority one or two 
dot. This LO dot request is propagated through U2885C, 
U2965C and D, and U2890B and sets the STARTDOT sig- 
nal LO. STARTDOT going LO resets Dot Cycle Generator 
shift register U2995 and counter U2830B of the Dot Timer. 
Resetting the Dot Cycle Generator shift register causes 
the REST signal from U2995 pin 13 to go to a LO, remov- 
ing the HI DOTOK signal at U2890 pin 11. As DOTOK 
goes LO, STARTDOT at pin 8 of U2890B goes HI to start 
the DOT Cycle Generator. At the same time the reset to 
U2880B is asserted via U2970C and D and the dot 
request is removed. Both the Dot Timer and the Dot Cycle 
Generator are now enabled and start the first dot-display 
cycle during holdoff time. 

After the Display Sequencer U650 (diagram 5) has time 
to respond to the end of t he sweep gate, it sets the 
readout active signal ( ROA ) to pin 10 of U2880B LO. 
This sets pin 9 of U2885C LO, and the signal is pro- 
pagated through U2885C, U2965C and D, and U2890B, as 
before, resetting the Dot Timer and the Dot Cycle Genera- 
tor. REST then goes LO as before and starts the Dot 
Cycle Generator and Dot Timer. This cycle continues, 
displaying one dot per cycle (except for the first non- 
dis played d ot of a character which is automatically initiated 
by EOCH2 , until the Display Sequ encer determines that 
the readout time is over (sets ROA HI) or until the display 
priority is decremented to zero. 



When a display priority of three or four exists, the out- 
put of U2990B will be LO, and U2970C and D, U2880B, 
and the associated logic gates following it will not be able 
to initiate a dot cycle. In either of these display priorities, 
U2970A and B, U2835C, U2965A and B, and flip-flop 
U2950A detect the hi gher priority and generate a readout 
request signal ( ROR ) to the Display Sequencer. The LO 
from U2950A pin 6 propagates through U2965C and 
U2890B to initiate a STARTDOT cycle. When the Display 
Sequencer recognizes that the readout request signal is 
LO, it will perform the mode-dependent setup functions 
necessary to give d isplay control to the Readout Board 
and will then set the ROA (readout active) line LO. The LO 
will be clocked in to U2880B , and the Dot Cycle Generator 
will generate a GETDOT signal, resetting the readout 
request from flip-flop U2950B. Only one dot is displayed 
for each readout request. 



A similar readout display request will be generated 
when priority-two-or-higher displays are required when 
sweep gates are not present (dot display during triggerable 
time after holdoff). This condition is detected by NAND- 
gate U2885A. NAND-gates U2970A and B allows a 
readout request to be generated when in the interfere 
mode. This mode is always invoked in 2467B instruments 
and invoked only during a single-sequence waveform 
display in 2465B instruments and ensures that all of the 
selected sweep combinations are displayed once, followed 
by a complete readout frame (for the purpose of crt pho- 
tography). 



Dot Cycle Generator 

The Dot Cycle Generator, composed of shift register 
U2995, flip-flop U2880A, and associated gating circuitry, 
generates time-related signals for the following purposes: 
unblanking the crt to display a dot; requesting the next 
byte of dot data in preparation for displaying the next dot; 
and reenabling itself to repeat the tasks, via the Dot Start 
Governor (dependent on the display priority). 



The timing relationships of the Dot Cycle Generator 
output signals are controlled by shift register U2995. When 
the Dot Start Governor initiates a STARTDOT cycle as 
previously described, the STARTDOT signal initially goes 
LO, resetting all the Q outputs of U2995 LO and setting 
the Q output of flip-flop U2880A to a HI. The STARTDOT 
signal is then returned Hi, and the Dot Timer counter 
U2830 and shift register U2995 are enabled. The shift 
register begins to consecutively shift HI logic levels to its Q 
output pins with each 5-MHz clock from the Dot Timer. 
After approximately 400 ns, pin 5 (Q c ) of the shift register 
will go HI. The HI at Q c propagates through exclusive- 
OR-gate U2990D and NAND-gates U2980A and D to 
unbla nk the crt by setting the readout blanking signal ( 
RO"B)HI. 
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When the Q F output of U2995 goes HI (1 lis after 
STARTDOT), the output of U2990D goes LO and the out- 
put of U2990C goes HI. The LO from U29 90D p ropagates 
through U2980A and D to blank the crt ( ROB goes LO) 
and t o clock flip-flop U2880A via NAND-gate U2980B. The 
ROA (readout active) level from the Display Sequencer 
(diagram 5) is clocked from the D input (pin 2) of U2880A 
to the Q output; and, if LO (indicating that the readout cir- 
cuitry had control of the crt when unblanking occurred; 
thus the dot was displayed), the output of U2980C is set 
HI. With three HI levels applied to NAND-gate U2885A, a 
GETDOT request is generated to get the next byte of dot- 
position data for display. The next 5-MHz clock sets the 
Q Q output of U2995 HI, and t he output of U2990C goes 
LO, removing the LO GETDOT signal. 

At 1.4 ais after STARTDOT goes HI, U2995 pin 13 (Q H ) 
goes HI to produce the REST signal, indicating that the 
current dot cycle is complete and t he Dot Cycle Gen erator 
is at REST. If the readout ACTIVE/ ADDRESSABLE mode 
bit at U2980C pin 10 is still HI, the REST signal going HI 
produces a HI DOTOK signal (next dot is allowed) at pin 
11 of U2890D. This HI applied to pin 4 of U2890B, along 
with any of the possible dot requests from the Dot Start 
Governor, will initiate another STARTDOT cycle for the 
next dot of the display. As lo ng as the Display Sequencer 
holds the readout active line ( ROA ) LO, U2885B, U2965C 
and D of the Dot Start Governor will automatically initiate 
dot cycles as soon as the previous one ends (REST goes 
HI), until the Refresh Prioritizer is decremented to zero. 

When the last dot of the character is called from the 
Character ROM, the EOCH bit (DD7) applied to latch 
U2905 at pin 18 (in the Vertical Character D AC circuitr y) is 
LO. At the end of that dot dis play cy cle, the GETDOT sig- 
nal (going HI) clocks the LO EOCH bit into latch U2905 
and incremen ts chara cter counter U2940. The latched bit 
becomes the EOCH1 signal (end of character, delayed one 
dot request ) and is applied to U2855A, along with the 
already LO EOCH bit, to reset Dot Counter U2870. The 
least-significant bits to the Character ROM address pins 
(AO through A4) are then zeros, and the first dot of the 
next character is addressed. The Horizontal and Vertical 
DACs don't write this first dot p osition da ta into their 
registe rs until th e end of the next GETDOT signal. That 
same GETDOT signal a lso clocks EOCH1 into U2905 
which becomes EOCH2 at pin 16 (end of character, 
delayed by two dot requests). EOCH2 is applied to 
NAND-gate U2980D and disables the gate prior to the 
time the Dot Cycle Generator attempts to unblank the crt 
for the first dot display; thus the first dot of a character is 
never displayed. 



Disabling the unblanking path for the first dot of each 
character in the manner just described allows the more 
radical voltage changes between characters to settle 
before the actual display of the next character begins. 
When th e dot d ata for one of these undisplayed dots also 
has the EOCH bit set LO, it is a space character, and the 
display is advanced to the next character. 



Dot Timer 

The Dot Timer, composed of U2890A and U2830, gen- 
erates three, time-related signals used to synchronize the 
display and maintain the proper sequencing of the indi- 
vidual character dots. 



The two least-significant bits of the Dot Timer, from 
U2830 pins 1 1 and 1 0, are reset at the beginning of a dot 
cycle by a LO STARTDOT signal applied to the reset input 
of the counter via U2890A. As the dot-display cycle 
begins, the STARTDOT signal returns HI and the Dot 
Timer begins counting in a binary fashion. The 10-MHz 
clock applied to pin 13 is divided by two to produce the 5- 
MHz clocking signal at output pin 11. The 5-MHz clock 
sequences the Dot Cycle Generator through the various 
phases of the dot-display cycle. The REFRESH output sig- 
nal from U2830 pin 4 updates the Refresh Prioritizer as 
each subframe is displayed. 



A third clock, from U2830 pin 6, occurs at approxi- 
mately 8-fis int ervals and allows any pending dot requests 
to generate a ROR signal to the Display Sequencer via 
flip-flop U2950B. (Readout request generation is described 
in the Dot Start Governor discussion.) 



HIGH VOLTAGE POWER SUPPLY AND 
CRT FOR 2465B ONLY 



The High-Voltage Supply and CRT circuit (diagram 8) 
provides the voltage levels and control circuitry for opera- 
tion of the cathode-ray tube (crt). The circuitry consists of 
the High Voltage Oscillator, the High Voltage Regulator, 
the Cathode Supply, the Anode Multiplier, the DC Re- 
storer, Focus Amplifiers, the CRT and the various CRT 
Control circuits. 



High-Voltage Oscillator 

The High-Voltage Oscillator transforms power obtained 
from the -15 volt unregulated supply to the various ac 
levels necessary for the operation of the crt circuitry. The 
circuit consists of transformer T1970, switching transistor 
Q1981, and associated circuitry. The low-voltage oscilla- 
tions set up in the primary winding of T1970 are raised by 
transformer action to high-voltage levels in the secondary 
windings. These ac secondary voltages are applied to the 
DC Restorer, the Cathode Supply, and the anode multi- 
plier circuits. 



Oscillation occurs due to the positive feedback from the 
primary winding (pin 4 to pin 5) to the smaller base-drive 
winding (pin 3 to pin 6) for transistor Q1981. The fre- 
quency of oscillation is about 50 kHz, and is determined 
primarily by the resonant frequency of the transformer. 
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When power is first applied, the High-Voltage Regulator 
circuit detects that the negative crt cathode voltage is too 
positive and pulls pin 2 of transformer T1970 negative. 
The negative level forward biases transistor Q1981 via the 
base-drive winding of the transformer. Current begins to 
flow in the primary winding through transistor Q1981, 
inducing a magnetic field around the transformer primary 
winding. The increasing magnetic field induces a current in 
the base-drive winding that further increases the base 
drive to the transistor. This in-phase feedback causes 
current in Q1981 to increase until the primary winding 
current reaches its maximum value. As the rate of change 
of the primary current peaks and then reverses, the 
induced magnetic field begins to decay. This decreases the 
base-drive current and begins turning Q1 981 off. 



As Q1981 is beginning to turn off, the magnetic field 
around the primary winding continues to collapse at the 
resonant frequency rate of the transformer. This induces 
into the base-drive winding a voltage that completely turns 
off the transistor. The collapsing magnetic field goes to 
zero, then builds in the opposite direction to a maximum 
before collapsing again (resonant flywheel effect). This 
sequence of events occurs repetitively as the circuit con- 
tinues to oscillate. 



The oscillating magnetic field in the primary winding 
couples power into the secondary windings of the 
transformer. The amplitude of the voltages induced in the 
secondary windings is a function of the turns ratios of the 
transformer windings. 



High-Voltage Regulator 

The High-Voltage Regulator consists of U1956A and B 
and associated components. It monitors the crt Cathode 
Supply voltage and varies the bias point of the switching 
transistor in the High Voltage Oscillator to hold the 
Cathode Supply voltage at the nominal level. Since the 
output voltages at the other secondary winding taps are 
related by turns ratios to the Cathode Supply voltage, all 
voltages are held in regulation. 



When the Cathode Supply voltage is at the proper level 
(-1900 V), the current through R1945 and the 19-Mfi 
resistor internal to High Voltage Module U1830 holds the 
voltage developed across C1932 at zero volts. This is the 
balanced condition and sets base drive in Q1981 via 
integrator U1956A and voltage-follower U1956B. Varying 
base drive to Q1981 holds the secondary voltages in regu- 
lation. 



If the Cathode Supply voltage level tends too positive, a 
slightly positive voltage will develop across C1932. This 
voltage causes the outputs of integrator U1956A and 
voltage-follower U1956B to move negative. The negative 
shift charges capacitor C1951 to a different level, around 
which the induced feedback voltage at the base-drive 
winding will swing. The added negative bias causes Q1981 
to turn on earlier in the oscillation cycle, and a stronger 
current pulse is induced in the secondary windings. The 
increased power in the secondary windings increases the 
secondary voltages until the Cathode Supply voltage 
returns to the balanced condition (zero volts across 
C1932). Opposite action occurs should the Cathode Sup- 
ply voltage tend too negative. 



Cathode Supply 

The Cathode Supply circuit is composed of a voltage- 
doubler and an RC filter network contained within High- 
Voltage Module U1830. This supply produces the -1900 
V accelerating potential applied to the CRT cathode and 
the -900 V slot lens voltage. The -1900 V supply is 
monitored by the High Voltage Regulator to maintain the 
regulation of all voltages from the High Voltage Oscillator. 

The alternating voltage (950 V peak) from pin 10 of 
transformer T1970 is applied to a conventional voltage- 
doubler circuit at pin 7 of the High Voltage Module. On the 
positive half cycle, the input capacitor of the voltage dou- 
bter (0.006 ni) is charged to -950 V through the forward- 
biased diode connected to ground at pin 9 of the module 
(charging path is through the diode, so stored charge is 
negative). The following negative half cycle adds its ac 
component (-950 V peak) to this stored dc value and 
produces a total peak voltage of -1900 V across the 
capacitor. This charges the 0.006-juf storage capacitor 
(connected across the two doubter diodes) through the 
second diode (now the forward-biased diode) to -1900 V. 
Two RC filters follow the voltage doubter to smooth out 
the ac ripple. A resistive voltage divider across the output 
of the filter network provides the -900-V slot lens poten- 
tial. 



Anode Multiplier 

The Anode Multiplier circuit (also contained in High Volt- 
age Module U1830) uses voltage multiplication to produce 
the +14 kV CRT anode potential. Circuit operation is 
similar to that of the voltage-doubter circuit of the Cathode 
Supply. 



The first negative half-cycle charges the 0.001-Mf input 
capacitor (connected to pin 8 of the High Voltage Module) 
to a positive peak value of +2.33 kV. The following posi- 
tive half cycle adds its positive peak amplitude to the volt- 
age stored on the input capacitor and boosts the charge 
on the second capacitor of the multiplier (and those follow- 
ing) to ^4.66 kV. Following cycles continue to boost up 
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succeeding capacitors to values 2.33 kV higher than the 
preceding capacitor until all six capacitors are fully 
charged. This places the output of the last capacitor in the 
multiplier at +14 kV above ground potential. Once the 
multiplier reaches operating potential, succeeding cycles 
replenish current drawn from the Anode Multiplier by the 
crt beam. The 1-Mfi resistor in series with the output pro- 
tects the multiplier by limiting the anode current to a safe 
value. 



Focus Amplifier 

The Focus Amplifier, in conjunction with the auto-focus 
circuitry of Z-Axis hybrid U950 (diagram 6), provides 
optimum focus of the crt beam for all settings of the front- 
panel INTENSITY control. The Focus Amplifier itself con- 
sists of two shunt-feedback amplifiers composed of 
Q1851, Q1852, and associated components. The outputs 
of the amplifiers set the operating points of a horizontally 
converging quadrapole lens and a vertically converging 
quadrapole lens within the crt. The convergence strength 
of each lens is dependent on the electric field set up 
between the lens elements. 



Since the bases of Q1851 and Q1852 are held at con- 
stant voltages (set by their emitter potentials), changing 
the position of the wiper arms of the ASTIG and FOCUS 
pots changes the amount of current sourced to the base 
junctions through R1856 and R1857 respectively. This 
changes the base-drive currents and produces different 
output levels from the Focus Amplifiers; that, in turn, 
changes the convergence characteristics of the quadrapole 
lenses. 



Initially, at the time of adjustment, the FOCUS and 
ASTIG potentiometers are set for optimum focus of the crt 
beam at low intensity. After that initial adjustment, the 
ASTIG pot normally remains as set, and the FOCUS con- 
trol is positioned by the user as required when viewing the 
displays. When using the FOCUS control, transistor 
Q1 852 is controlled as described above; however, an addi- 
tional current is also supplied to the base node of Q1851 
from the FOCUS pot through R1855. This additional 
current varies the base-drive current to Q1851 and pro- 
vides tracking between the two lenses as the FOCUS con- 
trol is adjusted during use of the instrument. 



The convergence strengths of the quadrapole lenses 
also dynamically track changes in the display intensity. 
The VQ OUT signal, applied to the crt at pins 5 and 6, is 
exponentially related to the VZ OUT (intensity) signal driv- 
ing the crt control grid and increases the strength of the 
lenses more at higher crt beam currents. (A higher beam 
current requires a stronger lens to cause an equal conver- 
gence of the beam.) 



DC Restorer 

The DC Restorer provides crt control-grid bias and cou- 
ples both the dc and the low-frequency components of the 
Z-Axis drive signal to the crt control grid. This circuit 
allows the Z-Axis Amplifier to control the display intensity 
by coupling the low-voltage Z-Axis drive signal (VZ OUT) 
to the elevated crt control-grid potential (about - 1 .9 k V). 



The DC Restorer circuit (Figure 3-9) operates by 
impressing the crt grid bias setting and the Z-Axis drive 
signal on an ac voltage waveform. The shaped ac 
waveform is then coupled to the crt control grid through a 
coupling capacitor that restores the dc components of the 
signal. 



GRID BIAS LEVEL. An ac drive voltage of 
approximately 300 V peak-to-peak is applied to the DC 
Restorer circuit from pin 7 of transformer T1970. The 
negative half cycle of the sinusoidal waveform is clipped by 
CR1953, and the positive half cycle (150 V peak) is applied 
to the junction of CR1930, CR1950, and R1941 via R1950 
and R1953. Transistor Q1980, operational amplifier 
U1890A, and associated components form a voltage 
clamp circuit that limits the positive swing of the ac 
waveform at the junction. 



Transistor Q1980 is configured as a shunt-feedback 
amplifier, with C1991 and R1994 as the feedback ele- 
ments. The feedback current through R1994 develops a 
voltage across the resistor that is positive with respect to 
the +42.6 V on the base of the transistor. The value of 
this additive voltage plus the diode drop across CR1950 
sets the upper clamping threshold. Grid Bias potentiome- 
ter R1878 sinks varying amounts of current away from the 
base node of the transistor and thus sets the feedback 
current through R1994. The adjustment range of the pot 
can set the nominal clamping level between +71 V and 
+ 133 V. 



When the amplitude of the ac waveform is below the 
clamping threshold, series diode CR1950 will be reverse 
biased and the ac waveform is not clamped. During the 
time the diode is reverse biased, transistor Q1980 is kept 
biased in the active region by the charge retained on 
C1971 from the previous cycle. As the amplitude of the ac 
waveform at the junction of CR1930 and CR1950 exceeds 
the voltage at the collector of Q1980, diode CR1950 
becomes forward biased, and the ac waveform is clamped 
at that level. Any current greater than that required to 
maintain the clamp voltage will be shunted to the +42 V 
supply by transistor Q1980. 
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Operational amplifier U1890A sinks a time-dependent 
variable current away from the base node of Q1980 that 
modifies the crt control-grid bias during the first few 
minutes of instrument operation. The circuit compensates 
for the changing drive characteristics of the crt as it 
warms up. 



At power-up, capacitor C1990 begins charging through 
R1991 toward the +15 V supply. The output of U1890A 
follows the rising voltage on pin 3; and after about ten 
minutes (for all practical purposes), it reaches +15 V. As 
the output voltage slowly increases, the charging current 
through R1992 causes the Grid Bias voltage to gradually 
lower about ten volts from its power-on level. The charge 



on C1990 dissipates slowly; therefore, if instrument power 
is turned off and then immediately back on again, the out- 
put of U1890A will still be near the +15 V limit rather than 
starting at zero volts as when the crt was cold. 



Z-AXIS DRIVE LEVEL. The variable-level Z-Axis signal 
(VZ OUT) establishes the lower clamping level of the ac 
waveform applied to the High Voltage Module. When the 
amplitude of the waveform drops below the Z-Axis signal, 
CR1930 becomes forward biased, and the ac waveform is 
clamped to the Z-Axis signal level. The VZ OUT level may 
vary between +8 V and +75 V, depending on the setting 
of the front-panel INTENSITY and READOUT INTENSITY 
controls. 
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Figure 3-9. Dc restorer circuit (2465B only). 
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The ac waveform, now carrying both the grid-bias infor- 
mation and the Z-Axis drive information, is applied to a DC 
Restorer circuit in the High Voltage Module where it is 
raised to the high-voltage levels of the crt control grid. 



DC RESTORATION. The DC Restorer circuit in the 
High Voltage Module is referenced to the crt cathode 
voltage via a connection within U1830. Capacitor C (in 
Figure 3-9), connected to pin 15 of U1830, initially charges 
to a level determined by the difference between the Z-Axis 
signal level and the crt cathode potential. The Z-Axis 
signal sets the level on the positive plate of capacitor C 
through R1920, CR1930, and R1941; the level on the 
negative plate is set by the crt cathode voltage through 
resistor E and diode A. Capacitor D is charged to a similar 
dc level through resistors F, R1922, and R1913. 

When the ac waveform applied to pin 15 begins its 
transition from the lower clamped level (set by the Z-Axis 
signal) towards the upper clamped level (set by the Grid 
Bias potentiometer), the charge on capacitor C increases. 
The additional charge is proportional to the voltage 
difference between the two clamped voltage levels. 



waveform, and less charge is added to capacitor D. The 
decreased voltage across capacitor D decreases the 
potential difference between the control grid and the 
cathode, and more crt beam current is allowed to flow. 
Increased beam current increases the crt display intensity. 



During the periods that capacitor C is charging and 
discharging, the control-grid voltage is held stable by the 
long-time-constant discharge path of capacitor D through 
resistor F. Any charge removed from capacitor D during 
the positive transitions of the ac waveform will be replaced 
on the negative transitions. 



The fast-rise and fast-fall transitions of the Z-Axis sig- 
nal are coupled to the crt control grid through capacitor D. 
This ac-coupled fast-path signal quickly sends the crt elec- 
tron beam to the new intensity level, then the slower DC 
Restorer path "catches up" to handle the dc and low- 
frequency components of the Z-Axis drive signal. 



Neon lamps DS90 and DS91 prevent arcing inside the 
crt should the control grid potential or cathode potential be 
lost for any reason. 



When the ac waveform begins its transition from the 
upper clamped level back to the lower clamped level, diode 
A becomes reverse biased. Diode B becomes forward 
biased, and an additional charge proportional to the nega- 
tive excursion of the ac waveform (difference between the 
upper clamped level and the lower clamped level) is added 
to capacitor D through diode B and resistor G. The 
amount of change added to capacitor D depends on the 
setting of the front-panel INTENSITY control, as it sets the 
lower clamping level of the ac waveform. This added 
charge determines the potential of the control grid with 
respect to the crt cathode. 



The potential difference between the control grid and 
the cathode controls the beam current and thus the 
display intensity. With no Z-Axis signal applied 
(INTENSITY control off), capacitor D will be charged to its 
maximum negative value, since the difference between the 
two clamped voltage levels is at its maximum value. This 
is the minimum intensity condition and reflects the setting 
of the Grid Bias potentiometer. During calibration, the Grid 
Bias pot is adjusted so that the difference between the 
upper clamping level (set by the Grid Bias pot) and the "no 
signal" level of the Z-Axis drive signal (VZ OUT) produces 
a control grid bias that barely shuts off the crt electron 
beam. 



As the INTENSITY control is advanced, the amplitude 
of the square-wave Z-Axis signal increases accordingly. 
This increased signal amplitude decreases the difference 
between the upper and lower clamped levels of the ac 



CRT Control Circuits 

The CRT Control circuits provide the various potentials 
and signal attenuation factors that set up the electrical ele- 
ments of the crt. The control circuitry is divided into two 
separate categories: (1) level setting and (2) signal han- 
dling. The level setting circuitry produces voltages and 
current level necessary for the crt to operate, while the 
signal-handling portion is associated with changing crt sig- 
nal levels. 



LEVEL-SETTING CIRCUITRY. Operational amplifier 
U1890B, transistor Q1980, and associated components 
form an edge-focus circuit that sets the voltages on the 
elements of the third quadrapole lens. The positive lens 
element is set to its operating potential by Edge Focus 
adjustment pot R1864 (via R1897). This voltage is also 
divided by R1893 and R1982 and applied to the non- 
inverting input of U1890B to control the voltage on the 
other element of the lens. 

The operational amplifier and transistor are configured 
as a feedback amplifier, with R1891 and R1990 setting the 
stage gain. Gain of the amplifier is equal to the attenuation 
factor of divider network R1893 and R1892, so total 
overall gain of the stage from the wiper of R1864 to the 
collector of Q1890 is unity. The offset voltage between 
lens elements is set by the ratio of R1891 and R1990 and 
the +10 V reference applied to R1990. This configuration 
causes the two voltages applied to the third quadrapole 
lens to track each other over the entire range of Edge 
Focus adjustment pot R1864. 
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Other adjustable level-setting circuits include Y-Axis 
Alignment pot R1848, used to rotate the beam alignment 
after vertical deflection. This adjustment controls the 
amount of current through the Y-Axis Alignment coil 
around the neck of the crt and is set to produce precise 
perpendicular alignment between x- and y-axis deflections. 
The TRACE ROTATION adjustment R975 is a front-panel 
screwdriver-adjustable control. The effect of the adjust- 
ment is similar to the Y-Axis Alignment pot, but when 
adjusted, it rotates both the x-axis and the y-axis 
deflections of the trace on the face of the crt. A final ad- 
justable level-setting control is the Geometry pot R1870, 
adjusted to optimize display geometry. The potential at pin 
8 for the vertical shield internal to the crt is produced by 
zener diode VR1891 and associated components. 



SIGNAL-HANDLING CIRCUITRY. The crt termination 
adjustment R1501 is set to match the loading 
characteristics of the crt's vertical deflection structure to 
the Vertical Output Amplifier. 



HIGH VOLTAGE POWER SUPPLY AND 
MCP-CRT FOR 2467B ONLY 



The High-Voltage Supply and CRT circuit, diagram 
<8> 2467B, provides to the MCP-CRT (Micro-Channel 
Plate Cathode-Ray-Tube) the high voltage levels and 
necessary control circuitry for proper operation. The 
MCP-CRT produces high brightness on low rep-rate tran- 
sient waveforms while limiting the brightness of high-rep 
rate waveforms. 



The circuitry consists of the 2467B MCP-Cathode Ray 
Tube, MCP Bias Supply, High Voltage Oscillator, the 
Cathode Supply, the High Voltage Regulator, the DC Re- 
storer, the Anode Current Limiter and Multiplier, the Focus 
Circuitry, and the various CRT Control circuits. 



2467B MCP-CRT 

The MCP-CRT has a Micro-Channel Plate element 
added between the PDD Lens and CRT Screen to multiply 
electrons, therefore boosting CRT performance. A low bias 
voltage across this element causes the electron multiplica- 
tion to be low. Raising the bias voltage across the Micro- 
Channel Plate increases the multiplication of electrons 
going through the MCP. This higher bias voltage increases 
the MCP-CRT viewable writing rate a thousand times over 
a conventional crt. Full intensity drive to the MCP-CRT 
increases both the cathode current and the bias voltage 
across the MCP electron multiplier. 



MCP-Bias Supply 

The MCP-Bias Supply provides a variable bias voltage 
across the MCP (Micro-Channel Plate) element of the 
CRT. The MCP Bias Supply voltage is set by Intensity 
control information (DIR input voltage) and MCP Bias con- 
trol R4365. As the Intensity control voltage is increased 
from minimum to maximum the MCP Bias Supply also 
increases from minimum to maximum. When the DIR input 
is between to +2.5 V the MCP Bias stays at its 
minimum voltage. When the DIR input is varied between 
+2.5 V to +5 V maximum the MCP Bias voltage linearly 
follows the DIR input voltage and increases by about 400 
V. 



MCP-BIAS-SUPPLY VOLTAGE REGULATOR. The 

MCP-Bias-Supply Voltage Regulator consists of non- 
inverting operational amplifier U4367B and associated 
components. The regulator monitors the MCP-Bias-Supply 
output voltage at Test Point 4301 and varies the bias point 
of switching transistor Q4460 to hold the MCP-Bias- 
Supply DC voltage in regulation. 

When the MCP-Bias-Supply output voltage is at the 
proper level, the sum of the currents through R4377 (MCP 
Bias), R4378 (intensity control, DIR), and R4380 (feedback 
resistor) hold the voltage developed across C4377 at zero 
volts. This balance condition sets base drive to Q4460 via 
regulator U4367B. Varying the base drive to Q4460 holds 
the rectified and filtered secondary voltage in regulation. 

If the MCP-Bias-Supply output voltage level (T4480 pin 
14) is too negative, a slightly negative voltage will develop 
across C4377. This voltage causes the output of regulator 
U4367B to move negative. The negative shift charges 
capacitor C4470 to a different level, around which the 
induced feedback voltage at the base-drive winding will 
swing. The added negative bias causes Q4460 to turn on 
earlier in the oscillation cycle, causing a stronger induced 
current pulse in the secondary winding. The increased 
current in the secondary winding increases (makes less 
negative) the secondary voltage (T4480 pin 14) until the 
MCP-Bias-Supply output voltage returns to the balanced 
condition (zero volts across C4377). Opposite action 
occurs if the MCP-Bias-Supply output voltage is too posi- 
tive. 



Intensity of the MCP Bias Supply is controlled by 
U4367A and associated components. Operational amplifier 
integrator U4367A has a DC gain of —4. The input is 
offset through R4461 to cause the Output voltage to be 
Zero volts when the DIR input is at +2.5 Volts (output 
range is ±10 V). Only the negative voltage out of U4367A, 
through CR4374 and R4378, changes the input current to 
regulator U4367B. This negative voltage is amplified and 
inverted by regulator U4367B, oscillator Q4460, and 
transformer T4460, increasing the MCP-Bias supply output 
voltage up to 400 Volts. 
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MCP-BIAS-SUPPLY OSCILLATOR. The MCP-Bias- 
Supply Oscillator transforms power obtained from the — 1 5 
volt unregulated supply to the voltage necessary to bias 
the MCP-CRT element of the crt. The circuit consists of 
transformer T4480, transistor Q4460, and associated 
components. The low-voltage oscillations in the primary 
winding of T4480 are raised by transformer action to a 
high-voltage in the secondary winding. This ac secondary 
voltage is half-wave rectified by CR4490, filtered by 
C4390, and then applied across the MCP. 



High-Voltage Oscillator 

The High-Voltage Oscillator transforms power obtained 
from the -15 volt unregulated supply to the various ac 
levels necessary for the operation of the crt circuitry. The 
circuit consists of transformer T4340, switching transistor 
Q4350, and associated circuitry. The low-voltage oscilla- 
tions set up in the primary winding of T4340 are raised by 
transformer action to high-voltage levels in the secondary 
windings. These ac secondary voltages are applied to the 
DC Restorer, the Cathode Supply, and the anode multi- 
plier circuits. 



Oscillation occurs due to the positive feedback from the 
primary winding (pin 3 to pin 4) to the smaller base-drive 
winding (pin 2 to pin 5) for transistor Q4460. The fre- 
quency of oscillation is about 86 kHz, and is determined 
primarily by the resonant frequency of transformer T4480. 



Oscillation occurs due to the positive feedback from the 
primary winding (pin 4 to pin 5) to the smaller base-drive 
winding (pin 2 to pin 3) for transistor Q4350. The fre- 
quency of oscillation is about 58 kHz, and is determined 
primarily by the resonant frequency of the transformer. 



Initially, when power is applied, the MCP-BIAS-voltage 
regulator circuit detects that the MCP voltage is too low 
and pulls pin 2 of transformer T4480 negative. The nega- 
tive level is applied to transistor Q4460 through the 
transformer base-drive winding and forward biases it. 
Current begins to flow in the primary winding through the 
transistor collector-to-emitter circuit and induces a mag- 
netic field around the transformer primary winding. The 
increasing magnetic field induces a current in the base- 
drive winding that further increases the base drive to the 
transistor. This in-phase feedback causes current in 
Q4460 to increase until the primary winding current 
reaches its maximum value. As the rate of change of the 
primary current peaks and then reverses, the induced 
magnetic field begins to decay. This decreases the base- 
drive current and begins turning Q4460 off. 



When power is first applied, the High-Voltage Regulator 
circuit detects that the negative crt cathode voltage is too 
positive and pulls pin 2 of transformer T4340 negative. 
The negative level forward biases transistor Q4350 via the 
base-drive winding of the transformer. Current begins to 
flow in the primary winding through transistor Q4350, 
inducing a magnetic field around the transformer primary 
winding. The increasing magnetic field induces a current in 
the base-drive winding that further increases the base 
drive to the transistor. This in-phase feedback causes 
current in Q4350 to increase until the primary winding 
current reaches its maximum value. As the rate of change 
of the primary current peaks and then reverses, the 
induced magnetic field begins to decay. This decreases the 
base-drive current and begins turning Q4350 off. 



As Q4460 is starting to turn off, the magnetic field 
around the primary winding continues to collapse at the 
resonant frequency rate of the transformer. This induces 
into the base-drive winding a voltage that completely turns 
off the transistor. The collapsing magnetic field goes to 
zero, then builds in the opposite direction to a maximum 
before collapsing again (resonant flywheel effect). This 
sequence of events occurs repetitively as the circuit con- 
tinues to oscillate. 



As Q4350 is beginning to turn off, the magnetic field 
around the primary winding continues to collapse at the 
resonant frequency rate of the transformer. This induces 
into the base-drive winding a voltage that completely turns 
off the transistor. The collapsing magnetic field goes to 
zero, then builds in the opposite direction to a maximum 
before collapsing again (resonant flywheel effect). This 
sequence of events occurs repetitively as the circuit con- 
tinues to oscillate. 



The oscillating magnetic field in the primary winding 
couples power into the secondary winding of the 
transformer. The amplitude of the voltage induced in the 
secondary winding is a function of the turns ratio of the 
transformer windings. 



The oscillating magnetic field in the primary winding 
couples power into the secondary windings of the 
transformer. The amplitude of the voltages induced in the 
secondary windings is a function of the turns ratios of the 
transformer windings. 
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Cathode Supply 

The Cathode Supply is composed of a voltage-doubler 
and a RC fiiter network contained within High-Voitage 
Module U4310. This supply produces the -2 kV 
accelerating potential applied to the CRT cathode. This 
supply also provides voltage to the focus range divider, 
the wall band, and the MCP. 



The — 2 kV supply is monitored by the High Voltage 
Regulator to maintain the regulation of all voltages from 
the High Voltage Oscillator. 



The 2 kV peak-to-peak AC voltage from pin 9 of 
transformer T4340 (1 KV peak) is applied to a conventional 
voltage-doubler circuit at pin 7 of the High Voltage Module. 
The negative output DC value to the CRT cathode is 
about equal to the AC peak-to-peak input voltage. 



On the positive half cycle, the input capacitor at U4310 
pin 7 (0.0047 /if) is charged to 1 kV through the forward- 
biased diode connected to ground at pin 9 of U4310. The 
following negative half-cycle adds 1 kV to the 1 kV DC 
stored on the input capacitor. Thus producing a total peak 
voltage of -2 kV which is applied to the cathode of the 
second diode. This forward biases the second diode charg- 
ing the 0.01 -/uf capacitor (connected across the two 
diodes) to -2 kV. Two RC filters follow the negative volt- 
age doubler to reduce the ac ripple. 



If the Cathode Supply voltage level is too positive, a 
slightly positive voltage will develop across C4344. This 
voltage causes the output of regulator U4366A to move 
negative. The negative shift charges capacitor C4363 to a 
different level, around which the induced feedback voltage 
at the base-drive winding will swing. The added negative 
bias causes Q4350 to turn on earlier in the oscillation 
cycle, and a stronger current pulse is induced in the 
secondary windings. The increased power in the sec- 
ondary windings increases the secondary voltages until the 
Cathode Supply voltage moves more negative, returning 
the voltage across C4344 back to zero (balanced condi- 
tion). Opposite action occurs if the Cathode Supply voltage 
is too negative. 

DC Restorer 

The DC Restorer provides a negative bias to the crt 
control-grid and couples both the dc and the low-frequency 
components of the Z-Axis drive signal to the crt control 
grid. This circuit allows the Z-Axis Amplifier to control the 
display intensity by coupling the low-voltage Z-Axis drive 
signal (VZ OUT) to the elevated crt control-grid potential 
(about -2 kV). 



The DC Restorer circuit (Figure 3-10) operates by 
impressing the crt grid bias setting and the Z-Axis drive 
signal onto the high voltage AC waveform. The shaped ac 
waveform is then coupled to the crt control-grid through a 
coupling capacitor that restores the dc components of the 
signal to the control grid. 



Neon lamp DS4410 (a 180 V Surge Arrestor) prevents 
arcing between the grid and cathode inside the crt should 
the control grid potential or cathode potential be lost. 



GRID BIAS LEVEL. An ac drive voltage of 
approximately 300 V peak-to-peak is applied to the DC 
Restorer circuit from pin 1 of transformer T4340 (Test 
Point 71). The sinusoidal waveform is current limited and 
DC level shifted by coupling capacitor C4343. The negative 
half of the ac drive signal is clipped by diode CR4342. 



High Voltage Regulator 

The High Voltage Regulator consists of inverting opera- 
tional amplifier U4366A and associated circuitry. The regu- 
lator monitors the crt Cathode Supply voltage and varies 
the bias point of the switching transistor in the High Volt- 
age Oscillator to hold the Cathode Supply voltage at the 
nominal level. Since the output voltages at the other 
secondary winding taps are related by turns ratios to the 
Cathode Supply voltage, all voltages are held in regulation. 



When the Cathode Supply voltage is at the proper level 
(-2 kV), the sum of the currents through R4334 and the 
19-Mfi resistor internal to High Voltage Module U4310 
holds the voltage developed across C4344 at zero volts. 
This balance condition sets the base drive of Q4350 via 
regulator U4366A. Varying the base drive to Q4350 holds 
the secondary voltages in regulation, 



The positive half cycle is applied to the junction of 
CR4423 and CR4422 via resistor R4341. Clamping diode 
CR4423, Transistor Q4331, and associated components 
form a voltage clamp circuit that limits the positive swing 
of the ac waveform at Test Point 72. 



Transistor Q4331 is an inverting operational amplifier, 
with C4332 and R4336 as the feedback elements. The 
feedback current through R4336 develops a voltage 
across the resistor that is positive with respect to the 
+42.6 V on the base of the transistor. The value of this 
voltage plus the diode drop across CR4423 sets the upper 
clamping threshold. Grid Bias potentiometer R4354 sinks 
varying amounts of current away from the base node of 
the transistor operational amplifier setting the feedback 
current through R4336. The adjustment range of the pot 
can set the nominal clamping level between +71 V and 
+ 133 V. 
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Figure 3-10. Dc restorer circuit (2467B only). 



During the time diode CR4423 is reverse biased (not 
clamping the positive peaks), transistor Q4331 is kept 
biased in the active region by the charge retained on 
C4422 from the previous positive clamping cycle. As the 
positive amplitude of the ac waveform at Test Point 72 
exceeds the voltage at the collector of Q4331, diode 
CR4423 becomes forward biased, and the ac waveform is 
clamped at that level. Any current greater than that 
required to maintain the clamp voltage will be shunted to 
the +42-V supply by transistor Q4331. 



Operational amplifier U4332A sinks a time-dependent 
variable current away from the base of Q4331 that 
modifies the crt grid bias during the first few minutes of 



instrument operation. The circuit compensates for the 
changing grid drive characteristics of the crt as it warms 
up. 



At power-up, capacitor C4430 begins charging through 
R4333 toward the Positive voltage on pin 7 of U4366B. 
The voltage is relative to the setting of grid bias poten- 
tiometer R4354. The output of U4332A follows the rising 
voltage on pin 3 and after about ten minutes (for all practi- 
cal purposes) reaches the voltage on pin 7 of U4366B. As 
the output voltage slowly increases, the charging current 
through R4332 causes the Grid Bias voltage to gradually 
decrease from its power-on level. If instrument power is 
momentarily turned off and then back on, the crt cathode 
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will still be warm when power is restored. The output of 
U4332A will still be near the voltage on U4366B pin 7 
rather than starting over at zero volts as when the crt 
cathode was cold, because the charge on C4430 dissi- 
pates slowly during the power off time. 



Z-AXIS DRIVE LEVEL. The variable-level Z-Axis signal 
(VZ OUT) establishes the lower clamping level of the ac 
waveform applied to the High Voltage Module. When the 
negative peaks of the AC waveform are below the Z-Axis 
signal level, CR4422 becomes forward biased, and the 
negative ac waveform peaks are clamped at the Z-Axis 
signal level. An image of the Z-axis signal can be seen in 
the shaped ac waveform on Test Point 72. The VZ OUT 
level may vary between +8 V and +75 V, depending on 
the settings of the front-panel INTENSITY, READOUT 
INTENSITY, Max Grid Drive controls, and Sweep mode. 

The shaped ac waveform, now carrying both the grid- 
bias and the Z-Axis drive information, is applied to a DC 
Restorer circuit in the High Voltage Module where it is 
raised to the high-voltage levels of the crt cathode, and it 
supplies the negative bias to the crt control-grid. 



DC RESTORATION. The DC Restorer circuit in the 
High Voltage Module is referenced to the crt cathode 
voltage via a connection to pin 2 of U431 0. 

Capacitor C (in Figure 3-10), connected to pin 15 of 
U4310, initially charges to a level determined by the 
difference between the Z-axis signal level (Test Point 72) 
and the crt cathode potential through R4421 , diode A, and 
resistor E. Capacitor D is charged to a similar dc level 
through resister F and R4419. 



When the shaped ac waveform applied to pin 15 begins 
its transition from the lower clamped level (set by the Z- 
Axis signal) towards the upper clamped level (set by the 
Grid Bias pot.), the charge on capacitor C increases 
through diode A and resistor E. The additional charge is 
proportional to the voltage difference between the two 
clamped voltage levels. 



The potential difference between the control grid and 
the cathode controls the beam current and thus the 
display intensity. With no Z-Axis signal applied (INTEN- 
SITY control off), capacitor D will be charged to its max- 
imum negative value, since the difference between the two 
clamped voltage levels is at its maximum value. This is the 
minimum intensity condition and reflects the setting of the 
Grid Bias potentiometer. During calibration, the Grid Bias 
pot is adjusted so that the difference between the upper 
clamping level (set by the Grid Bias pot) and the "no sig- 
nal" level of the Z-Axis drive signal (VZ OUT) produces a 
control grid bias that barely shuts off the crt electron 
beam. 



As the INTENSITY control is advanced, the amplitude 
of the square-wave Z-Axis signal increases accordingly. 
This increased signal amplitude decreases the difference 
between the upper and lower clamped levels of the ac 
waveform. This decreases the potential difference between 
the control grid and the cathode, and more crt beam 
current is allowed to flow. Increased beam current 
increases the crt display intensity. 



The fast-rise and fast-fall transitions of the Z-Axis sig- 
nal are coupled to the crt control grid through capacitor D. 
This ac-coupled fast-path signal quickly sends the crt elec- 
tron beam to the new intensity level, then the slower DC 
Restorer path through capacitor C "catches up" to handle 
the DC and low-frequency components of the Z-Axis drive 
signal. 



Anode Current Limiter and Multiplier 

The Anode Current Limiter keeps maximum Intensity to 
a comfortable viewing level. It also protects the Micro 
Channel Plate element from excessive aging. The anode 
multiplier provides the CRT with the necessary high volt- 
age accelerating potential. 



ANODE CURRENT LIMITER. The maximum anode 
current is limited to a safe value during high intensity drive 
conditions by increasing the crt control-grid DC bias. This 
increased grid bias reduces the cathode current which 
limits the maximum number of electrons arriving at the 
MCP, the Anode, and the CRT screen. 

The circuit is composed of Q4300 and Q4301 and asso- 
ciated circuitry to form a comparator which increases crt 
grid bias at high intensity settings, and also limits max- 
imum intensity. 

Q4301 is biased at -5 V and is off at low to medium 
crt intensity settings. Peak anode current is sampled and 
averaged across R4300 and C4300. Darlington Emitter 
Follower Q4300 is configured as a voltage follower to 
current converter. The voltage difference between emitter 
of Q4300 and emitter Q4301 is converted to current 
through R4304. At low crt intensity settings the base of 
Q4300 is near zero and the emitter is about -1.5 volts. 
Therefore, all current flowing through R4306 flows through 
Q4300. During high intensity drive conditions CRT anode 
current produces an average voltage greater than -4.4 
Volts across R4300, C4300 and the base of Q4300. When 
the emitter is greater than about -5.8 volts, part of the 
current flowing in Q4300 starts flowing through R4304 and 
into emitter of Q4301. The increasing collector current 
through Q4301 goes into the base node of inverting opera- 
tional amplifier Q4331 and raises the grid bias clamping 
voltage on the collector of Q4331. This increasing clamp- 
ing voltage increases the CRT grid bias until the anode 
current is limited. Operation of crt grid biasing is explained 
in detail in Grid Bias Level. 
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ANODE MULTIPLIER. The Anode Multiplier circuit (also 
contained in High Voltage Module U4310) uses a 6X 
voltage multiplier to produce the +15 kV CRT anode 
potential. It can be thought of as three voltage-doubler 
circuits in series. 



The first negative half-cycle charges the 0.001 -rf input 
capacitor (connected to pin 8 of the High Voltage Module) 
to a value of 2.5 kV through the diode connected to pin 
1 0. The following positive half cycle adds its voltage to the 
voltage stored on the input coupling capacitor via the 
second diode, generating +5 kV on the 0.001 -/tf filter 
capacitor connected to pin 10 of U4310. The following 
cycles continue to boost up succeeding capacitors to 
values 2.5 kV higher than the preceding capacitor until all 
six capacitors are fully charged. This places the output of 
the last capacitor in the multiplier at +15 kV above 
ground potential. Once the multiplier reaches operating 
potential, succeeding cycles replenish current drawn from 
the Anode Multiplier by the crt beam. The 1-MS2 resistor in 
series with the output to the CRT Anode protects the 6X 
multiplier by limiting the anode current to a safe value. 



Focus Circuitry 

The Focus Circuitry is composed of six control circuits 
to drive five CRT Elements. The (1) Dynamic and (2) Static 
Focus circuits combine to drive the crt Focusing Electrode 
V901 pin 4. The four remaining circuits also affect spot 
focusing and they are: (3) PDD Lens and Wall Band Sup- 
ply to J4391. (4) Rear MCP Supply to TP4302, (5) Astig- 
matism to pin 12, and (6) Edge Focus to pin 8. 



DYNAMIC FOCUS. The dynamic focus amplifier, in 
conjunction with the auto-focus circuitry of Z-Axis hybrid 
U950 (diagram 6), provides optimum focus of the crt beam 
for all settings of the front-panel INTENSITY control. 



The focusing electrode dynamically tracks changes in 
the display intensity. The VQ OUT signal, applied to the 
crt through the dynamic focus amplifier consisting of 
Q4422, Q4402, Q4403 and associated components is 
exponentially related to the VZ OUT (intensity) signal. 



To keep the output signal within the dynamic range of 
the amplifier, the input is level shifted positive by coupling 
capacitor C4412 and clamping diode CR4421 which limits 
negative signal peaks to -0.6 volts. Resistor R4414 in 
conjunction with feedback resistor R4411 set the inverting 
operational amplifier gain to less than one (—.87). Offset 
resistor R4415 and feedback resistor R4411 set the DC 
output at +60 volts. Emitter follower Q4422 provides 
current gain to drive voltage amplifier Q4402 which uses 
Q4403 as a constant current load. Coupling capacitor 
C4411 provides an AC signal to Q4403 to also use it as 
an AC voltage amplifier. The output is AC coupled to CRT 



pin 4 which is also supplied a high negative DC focus volt- 
age from the static focus circuit. Current limiting resistor 
R4405 and diodes CR4410 and CR4411 across Q4402 
and Q4403 respectively protect the transistors from CRT 
voltage transients. 



STATIC FOCUS. During calibration, FOCUS 
potentiometer R976 is pre-set to mid-range. Focus Range 
(R4430) and ASTIG (R977) potentiometers are then set for 
optimum focus of the CRT beam at low intensity. After 
calibration the Focus Range and ASTIG pots remain as 
set, and the FOCUS control is positioned as required 
when viewing the displays at various intensity settings. 

The static focus amplifier consists of shunt-feedback 
inverting operational amplifier Q4432 and associated com- 
ponents. The output of the amplifier controls the zero to 
-320 volts at R4431, the bottom end of the focus range 
divider. The negative cathode voltage is connected to 
R4434, the top end of the focus range divider. Static focus 
amplifier Q4432 inverts and amplifies the Focus control 
voltage, the output sets the voltage at R4431 , the bottom 
end of the focus range divider. The wiper of R4430, the 
middle of the focus range divider, supplies the static focus 
voltage to the CRT Focusing Electrode, pin 4. 



PDD LENS AND WALL BAND SUPPLY (-1 kV). The 

Wall Band Supply consists of high voltage transistor 
Q4440, four 200 V Zener diodes, and associated circuitry. 
Voltage divider resistors R4441 and R4442 provide -1 kV 
to the base of Q4440, an emitter follower pass transistor. 
Q4440 provides current gain and -1 kV for the PDD Lens 
and Wall Band CRT elements through current limiting 
resistor R4472. Q4440 also provides current and voltage 
to set the MCP Rear Supply. 

MCP REAR SUPPLY (-1.1 kV). The MCP Rear Supply 
consists of 100-V Zener diode VR4450 which is connected 
to Q4440 in the Wall Band Supply, and R4440, which is 
connected to the -2 kV Cathode supply. It supplies 
-1.1-kV to the rear of the MCP through current limiting 
resistor R4471. Diode CR4440 protects the base of Q4440 
against reverse bias conditions. 

ASTIGMATISM. Initially, at the time of adjustment, the 
FOCUS and ASTIGmatism potentiometers are set for 
optimum focus of the crt beam at low intensity. After that 
initial adjustment, the ASTIG pot normally remains as set, 
and the FOCUS control is positioned as required while 
viewing the display. 

The ASTIGmatism amplifier is composed of U4332B 
(operational amplifier integrator), Q4454, and associated 
components. The small input control voltage of zero to +5 
volts DC is inverted by U4332 and the output voltage is 
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changed to a current through R4453 to the emitter of 
Q4454. Common base amplifier Q4454 is used as a 
current to high voltage converter with a large output swing 
of 85 volts (+75 volts to minus 10 volts). The output is 
bypassed before going through current limiting resistor 
R4452 to the Astigmatism grid, pin 8. 



EDGE FOCUS. Edge Focus potentiometer R4342 
adjusts the voltage to optimize the edge focus of the 
displayed waveform. The potentiometer can swing the 
voltage on CRT pin 12 above and below the +42 volt level 
on Anode 1 . 



MCP-CRT Control Circuits 

The CRT Control circuits provide the signal attenuation 
factors and various level setting potentials to drive the ele- 
ments of the CRT. The signal portion terminates the Verti- 
cal deflection plate delay elements and is called Vertical 
Termination. The three level setting circuits produce 
currents and voltage levels necessary for the CRT to 
operate properly. The Trace Rotation, Geometry, and Y- 
Axis Alignment complete the necessary adjustments for 
proper crt operation. 



VERTICAL TERMINATION. CRT termination 
adjustment R1301 is set to match the vertical deflection 
plates to Vertical Output Amplifier U600 (diagram <6>, 
2467B). 



LOW VOLTAGE POWER SUPPLY 



The low voltages required by the instrument are pro- 
duced by a high-efficiency, switching power supply. This 
type of supply directly rectifies and stores charge from the 
ac line supply; then the stored charge is switched through 
a special transformer at a high rate, generating the various 
supply voltages. 



Line Rectifier 

Ac line voltages of either 1 1 5 V or 230 V may provide 
the primary power for the instrument, depending on the 
setting of LINE VOLTAGE SELECTOR switch S90 
(located on the instrument rear panel). Power Switch S350 
applies the selected line voltage to power supply rectifier 
CR1011. 



With the selector switch in the 115 V position, the 
rectifier and storage capacitors C1021 and C1022 operate 
as a full-wave voltage doubler. When operating in this 
configuration, each capacitor is charged on opposite half 
cycles of the ac input, and the voltages across the two 
capacitors in series will approximate the peak-to-peak 
value of the source voltage. For 230 V operation, switch 
S90 connects the rectifier as a conventional bridge 
rectifier. Both capacitors charge on both input half cycles, 
and the voltage across C1021 and C1022 in series will 
approximate the peak value of the rectified source voltage. 
For either configuration, the dc voltage supplied to the 
power supply inverter is the same. 



TRACE ROTATION. TRACE ROTATION potentiometer 
R975 is a front-panel screwdriver-adjustable control. It 
controls the amount of positive or negative current through 
trace rotation coil L90. The adjustment magnetically 
rotates both the x-axis and y-axis deflections of the CRT 
trace so that the trace can be aligned to the internal 
graticule markings. 

GEOMETRY. Geometry potentiometer R4350 controls 
the voltage that optimizes the geometry of the displayed 
waveform. It can adjust the voltage on CRT pin 10 above 
and below the +42 volt level on Anode 1 . 



Y AXIS ALIGNMENT. Y-AXIS (vertical) ALIGNMENT 
potentiometer R4370 rotates the the beam after vertical 
deflection but before horizontal deflection. This adjustment 
controls the amount of positive or negative current through 
the Y-Axis Alignment coil. The coil is located between the 
vertical and horizontal deflection plates and is wound on 
the neck of the crt. Current through the coil magnetically 
rotates the vertical portion of the trace. The control is 
adjusted to produce precise perpendicular alignment 
between the x-axis and y-axis deflections. 



Thermistors RT1010 and RT1016 limit the surge 
current when the power supply is first turned on. As 
current flow warms the thermistors, their resistances 
decrease and have little effect on circuit operation. 
Spark-gap electrodes E1001 and E1002 are surge-voltage 
protectors. If excessive source voltage is applied to the 
instrument, the spark-gaps conduct, and the extra current 
flow quickly exceeds the rating of fuse F90. The fuse then 
opens to protect the instrument's power supply. The EMI 
(electromagnetic interference) filter, inductors L1011 and 
L1012, capacitors C1016 and C1018, and resistors R1011, 
R1012, R1016 and R1018 form a line-filter circuit. This 
filter, along with common mode rejection transformer 
T1020, prevents power-line interference from entering the 
instrument and prevents power supply switching signals 
from entering the supply line. 



Preregulator Control 

The Preregulator Control circuit monitors the drive volt- 
age applied to inverter output transformer T1060 and 
holds it at the level that produces proper supply voltages 
at the secondary windings. 
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The Preregulator Control circuit consists primarily of 
control IC U1030, its switching buffers, and its power sup- 
ply components. The control IC senses voltage on the pri- 
mary winding of T2060 and varies the "on time" of a 
series-switching transistor, depending on whether the 
sensed voltage was too high or too low. The switching 
transistor Q1050, rectifier CR1050, choke T1050, and 
capacitor C1050 form a buck-switching regulator circuit. 
The output voltage at W1060 is proportional to the pro- 
duct of the rectified line voltage on C1020-C1022 and the 
duty cycle of Q1050. In normal operation, Q1050 is on 
about one-half the time. When Q1050 is off, current flows 
to W1060 and T1060 through CR1050. 



PREREGULATOR CONTROL POWER SUPPLY. Since 
the Preregulator Control network controls supply startup 
and preregulates the secondary supplies, an independent 
power source must be established for it before any of the 
other power supplies will operate. The independent power 
supply for the control circuitry is composed of Q1021, 
Q1022, and associated components. 



Initially, when instrument power is applied, the positive 
plate of capacitor C1025 is charged toward the positive 
rectified line voltage through R1020. The voltage at the 
base of Q1022 follows at a level determined by the voltage 
divider composed of R1022, R1024, CR1023, and the load 
within U1030. When the voltage across C1025 reaches 
about +21 V, the base voltage of Q1022 reaches +6.8 V 
and Q1022 turns on, saturating Q1021. The +21 V on 
the emitter of Q1021 appears at its collector and estab- 
lishes the positive voltage supply for the Preregulator IC. 
With Q1021 on, R1024 is placed in parallel with R1022, 
and both Q1022 and Q1021 remain saturated. 



The +21 V level begins to drain down as the control IC 
draws current from C1025. If the Preregulator Control IC 
doesn't start the switching supply (and thus recharge 
C1025 and C1023 via CR1022) by the time the voltage 
across C1025 reaches about +8 V, Q1021 will turn off. 
Resistor R1024 pulls the base of Q1022 low and turns 
that transistor off also. (Capacitor C1025 would only 
discharge low enough to turn off the transistors under a 
fault condition.) In this event, C1025 would then charge 
again to +21 V, and the start sequence would repeat. 
Normally, the control IC will start Inverter action before the 
+8 V level is reached, and current is drawn through 
T1 050 via Q1 050. This induces a current in the secondary 
winding of T1 050 via Q1 050. This induces a current in the 
secondary winding of T1050 and charges C1025 positive 
via diode CR1022. The turns ratio of T1050 sets the 
secondary voltage at approximately +15 V; and, as long 
as the supply is being properly regulated, C1025 will be 
charged up to that level and held there. 



PREREGULATOR START-UP. As the supply for the 
Preregulator Control IC is established, an internal 
switching oscillator begins to run. The oscillator generates 
a repetitive triangular wave (as shown in Figure 3-11) at a 
frequency determined primarily by R1032 and C1032. The 
simplified schematic of Figure 3-12 illustrates the voltage 
control functions of U1030. 



As the Preregulator power supply turns on, capacitor 
C1034 charges from the +5 V reference level toward 
ground potential through R1034 and R1037. As it does, 
the voltage at pin 4 (one input of Dead-Time Comparator 
U1) will pass through the positive-peak value of the tri- 
angular waveform on the other input of the Dead-Time 
Comparator. The comparator will then begin outputting 
narrow pulses that become progressively wider as the 
voltage on pin 4 settles to zero volts. These pulses drive 
switching transistor Q1050, and their slow progression 
from narrow to wide causes the various secondary sup- 
plies to gradually build up to their final operating levels. 
The slow buildup prevents a turn-on current surge that 
would cause the current-limit circuitry to shut down the 
supply. 



During startup, capacitor C1072 acts as a substantial 
load, and a relatively large current flows in the windings of 
T1050 for the first few cycles of Preregulator switching. 
These strong current pulses ensure that storage capacitor 
C1066 becomes charged sufficiently to start the Inverter 
Drive circuit. Once the Inverter Drive stage is operating, 
the normal switching current through T1 050 maintains the 
required charge on C1 066. (The Inverter Drive power sup- 
ply is discussed later in this description.) 



Dead-Time Comparator U1 is referenced at approxi- 
mately 0.1 V above the ground level at pin 4 (established 
when C1034 becomes fully charged) and outputs a nar- 
row, negative-going pulse that turns off switching transis- 
tor Q1050 for a portion of each switching cycle. This off 
time ensures that flip-flop U1064B in the Inverter Drive cir- 
cuit toggles every cycle (thereby maintaining the proper 
duty cycle), independent of the voltage conditions being 
sensed by the remainder of the voltage control circuitry. 



PREREGULATION. Once the initial charging at power- 
up is accomplished, as just described, the voltage-sensing 
circuitry begins controlling the Inverter switching action. 
The actual voltage sensing is done by error amplifier U2. 
The level at the center tap of output transformer T1 060 is 
applied to pin 1 and is compared to the reference 
established by R1045 and R1046 at pin 2. If the sensed 
level at pin 1 is lower than the reference level (as it will 
always be for the first few switching cycles), the of error- 
amplifier U2 will be LO. The LO, applied to the inverting 
input of U3, results in a long-duty-cycle drive signal to 
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transistor Q1050 (via CR1030). Since the Inverter Drive 
stage will alternately turn either Q1060 or Q1070 on, 
relatively large current pulses will result in the primary 
winding of inverter output transformer T1 060. 

These large current pulses, over the period of a few 
cycles, will increase the charge on the storage capacitors 
on the secondary side of the transformer and will reduce 
the current demand on the inverter output transformer. As 
the demand increases, the voltage across the primary 
winding will increase until it reaches the point where the 
two inputs of U2 are at the same potential. At this point, 
the output of U2 (to U3) will settle to a level approximately 
equal to the midpoint of the triangular waveform applied to 



the other input of U3. The resulting drive signal has an 
approximate 50% duty cycle and will respond to changes 
in either the ac line voltage or supply load conditions. 
Depending on the output levels sensed, the duty cycle of 
the drive signal will change (sensed level rises or falls with 
respect to the triangular waveform) to hold the secondary 
supplies at their proper levels. 



Opto-isolator U1040 and resistor R1044 form a control 
network that allows a voltage sensed at the feedback 
input (FB) to slightly alter the voltage-sense reference 
applied to pin 2 of U2. The FB signal is generated by the 
+5 V Inverter Feedback amplifier (U1371, diagram 10) and 
is directly related to the level of the +5V D supply line. 
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Figure 3-11. Timing relationships of the Inverter Drive signals. 
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Base drive to the shunt transistor (in opto-isolator U1040) 
is increased should the FB signal go below its nominal 
value. Additional current is shunted around R1045 (via 
R1044) and raises the voltage-sense reference level to 
error-amplifier U2. This increases the voltage applied to 
the primary winding of the output transformer, since U2 
sensing depends on a balanced condition. Higher currents 
are induced in the secondary windings, and the secondary 
voltages begin to return to their nominal values. As the 
+5V D line returns to its nominal level, base drive to the 
shunt transistor will be reduced and the voltage in the pri- 
mary winding will follow. Should the FB signal level tend 
too high, opposite control responses occur. Further infor- 
mation about the FB signal is given in the +5 V Inverter 
Feedback description. 
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Error amplifier U4 and the voltage divider composed of 
R1035 and R1031 provide a backup sensing circuit. Its 
operation is similar to that of error amplifier U2, just 
described, but it senses at a slightly higher level. As long 
as U2 is operating properly, U4 will be inactive. However, 
should a failure occur in the U2 sensing circuitry, the volt- 
age on the primary winding of T1 060 will rise to the sens- 
ing level at pin 15 of U4. Sense amplifier U4 will then take 
over, preventing a damaging over-voltage condition. 



Inverter Drive 

The Inverter Drive circuit performs the necessary 
switching to drive the inverter output transformer. Like the 
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Figure 3-12. Simplified schematic of control network. 
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Preregulator Control IC, the Inverter Drive circuit requires 
an independent power supply, since it must be operational 
before any of the secondary supply voltages can be gen- 
erated. 



INVERTER DRIVE POWER SUPPLY. This power supply 
consists of Q1062, VR1062, and their associated 
components. As power is first applied, the initial charging 
current through T1050 induces a current in the 
transformer secondary winding (pins 8 and 9). The 
alternating current is rectified by the diode bridge 
composed of CR1062, CR1063, CR1064, and CR1065 and 
stored in C1066, providing power for the Inverter Drive 
circuitry. 

When the Preregulator Control IC turns switching 
transistor Q1050 on for the first time, the charge stored on 
C1066 during the initial charging period is sufficient to 
properly turn on one of the current-switching transistors 
(either Q1060 or Q1070) for the first cycle. After that, the 
alternating drive signals continue to induce current into the 
secondary winding of T1050 to provide operating power as 
long as the instrument is turned on. 



The current rectified by the diode bridge and stored on 
capacitor C1 066 is regulated down to the required voltage 
level by R1061, VR1062, and Q1062. Zener diode 
VR1062 references emitter-follower Q1062 and holds the 
supply output at approximately +11.4 V. 



INVERTER DRIVE GENERATOR. The inverter Drive 
generator consists of U1062, U1064, U1066, switching 
transistors Q1060, Q1070 and their associated 
components. The circuitry alternately switches current 
through each leg of the output transformer (T1060) 
primary winding and produces the ac current required for 
transformer action. 

Out-of-phase input signals to comparator U1062C come 
from two resistive voltage dividers place in either leg of 
one secondary winding of T1050. The comparator detects 
the phase changes (crossover points) of the secondary 
current caused as Q1 050 switches on and off. Every com- 
plete on-off cycle of Q1050 produces a positive clock at 
pin 14 of U1062C that toggles flip-flop U1064B. The tog- 
gling alternately turns switching transistors Q1060 and 
Q1070 on, each with an approximate 50% duty cycle. 



Comparators U1062A and U1062B, at the Q and Q 
output of the flip-flop, detect the precise crossing point of 
the toggling drive signals and ensure that only one switch- 
ing transistor will be on at any one time. These mutually- 
exclusive drive signals are buffered by inverters U1066A 
and U1066B and applied to switching transistors Q1060 
and Q1070 to alternately turn them on and of? at one-half 



the switching rate of Q1050. By alternately switching 
opposite ends of the primary winding to ground, the 
current flowing through switching transistor Q1050 will 
flow alternately in each half of the primary winding. This 
produces ac voltages at the secondary windings that are 
then rectified, providing the various unregulated dc supply 
voltages. 



Current Limit 

The Current Limit circuit, composed of transistor Q1040 
and the associated components, limits the maximum 
current flow in the output transformer to about 1 ampere. 
Resistor R1040 (connected to the Preregulator Control IC 
+ 15 V supply) forward biases germanium diode CR1040 
and applies approximately +0.3 V across the base-to- 
emitter junction of Q1040. Current flowing to the output 
transformer develops a voltage drop across R1050 that 
adds to the bias developed by CR1040. As the current to 
the transformer increases, the voltage drop across R1050 
also increases until, at around 1 A, the combined voltage 
drop across R1050 and CR1040 forward biases transistor 
Q1040. The base of Q1022 is pulled negative through 
R1042, and the +15 V supply for the Preregulator IC 
turns off (see Preregulator Control description). The power 
supply will try to restart itself; but, as long as the 
excessive-current condition persists, the current-limit cir- 
cuit will keep shutting the supply down, protecting the 
instrument. 



Rectifiers 

The rectifiers convert the alternating current from the 
secondary windings of inverter output transformer T1060 
to the various dc supply voltages required by the instru- 
ment. Rectification is done by conventional diode rectifier 
circuits, and filtering is done by conventional LC networks. 



The +87 V unregulated supply is produced by a 
voltage-doubler circuit. The positive plate of C1130 at the 
anode of CR1132 is referenced at approximately +45 V 
through diode CR1131 (to the +42 V unregulated supply). 
As the positive half cycle from the 42 V secondary winding 
(actually about +45 V peak) is applied to the negative 
plate of C1130, the positive plate is elevated to a peak 
value of approximately +90 V. Diode CR1132 becomes 
forward biased and storage capacitor C1132 is charged to 
about +90 V. Following cycles replenish the charge 
drawn off by the loads on the +87 V supply line. 



Line Signal 

A sample of the ac line voltage is coupled to the Trigger 
circuit by transformer T1229 and provides the LINE TRIG 

signal to the Trigger hybrid. Transformer current is limited 
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to a safe value by resistors R1014 and R1015 placed in 
series with the primary winding leads. The transformer's 
output characteristics are matched to the input of the 
Trigger circuit hybrid by R1208 and C1208. 



Line Up Signal 

The circuit composed of Q1029, opto-isolator U1029, 
and their associated components, detects when power has 
been applied to the instrument and the Preregulator Con- 
trol power supply is functioning properly. When the 
rectified line voltage reaches proper operating voltage, the 
voltage divider composed of R1027 and R1028 forward 
biases Q1029. As soon as the Preregulator Control power 
supply turns on, current flows through R1029, Q1029, and 
the opto-isolator LED. The illuminated LED saturates 
transistor 111 029 and the LINE UP signal to the Power-Up 
Delay circuit (diagram 1) is pulled HI, indicating that the 
Preregulator Control circuit should now be functioning 
properly. 



POWER DOWN. When instrument power is turned off, 
the voltage across the primary storage capacitors (C1021 
and C1022) begins to fall as the capacitors discharge. As 
the voltage drops, the bias current through R1027 to the 
base of Q1029 also drops until the bias voltage across 
R1028 reaches a point about 2 V above the average 
transformer drive level at pin 2 of U1029. At this point, 
Q1029 turns off, and the LINE UP signal to the Power-Up 
Delay circuit goes LO. This LO signals the Microprocessor 
that it should start its power down routine. 



LOW-VOLTAGE REGULATORS 



The Low-Voltage Regulators remove ac noise and rip- 
ple from the various unregulated dc supply voltages. Each 
regulator output is automatically current limited if the out- 
put current exceeds the requirements of a normally func- 
tioning instrument. This limiting prevents any further com- 
ponent damage. 



+ 10 Volt Reference 

Each of the power-supply regulators control their 
respective outputs by comparing their output voltages to a 
known reference level. In order to maintain stable supply 
voltages, the reference voltage must itself be highly stable. 
The circuit composed of U1290, U1300C and associated 
components establish this reference. 



Resistor R1400 and capacitor C1400 form an RC filter 
network that smooths the unregulated +15 volt supply 
before it is applied to voltage-reference IC U1290. The 
+2.5 V output from pin 2 of U1290 is applied to the nonin- 
verting input of operational amplifier U1300C. The output 
of U1300C is the source of the +10 V reference level 
used by the various regulators. The output level is set by 
the voltage divider formed by R1291, R1293, and poten- 
tiometer R1292. The Volt Ref Adjust pot in the divider 
allows the reference level to be precisely set. Zener diode 
VR1292 prevents the reference from exceeding +11 volts 
should a failure in the reference circuitry occur. 



The Line Up circuit tells the Microprocessor that the pri- 
mary capacitors have started discharging while there is 
still a stored charge (set by R1027 and R1028) about 40% 
in excess of that required to keep the power supply volt- 
ages in regulation. This allows the Microprocessor to com- 
plete the power-down sequence before the supplies drop 
below their normal operating level. Further information 
about the power-down sequence is given in the Micropro- 
cessor Reset Control description. 



Fan Circuit 

Fan motor B10 is driven by adjustable three terminal 
regulator U1110. The fan's speed is determined by the 
voltage supplied by U1110 and varies with ambient tem- 
perature. 



As the ambient temperature in the cabinet increases, 
the resistance of thermistor RT1110 decreases causing 
more current to flow in R1112. This causes the voltage at 
pin 2 and therefore the voltage at pin 3 of U1110 to 
increase, and the fan motor speed increases to provide 
more cooling capacity. 



+87 V Regulator 

The +87 V Regulator is composed of Q1220, Q1221, 
Q1222, Q1223, U1281A, and their associated components. 
The circuit regulates and limits both the voltage and 
current of the supply output. 



Initially, as power is applied, the voltage applied to pin 2 
of U1281A from the voltage divider formed by R1227 and 
R1228 is lower than the +10 V reference level applied to 
pin 3. The output of U1281A is forced high, reverse bias- 
ing the base-emitter junction of Q1222 and turning it com- 
pletely off. With Q1222 off, all the current through R1212 
is supplied as base current to Darlington transistor pair 
Q1221 and Q1220, and maximum current flows in series- 
pass transistor Q1220. This charges up the various loads 
on the supply line, and the output level charges positive. 



As the regulator output charges toward +87 V, the 
voltage divider applies a positive-going voltage to the 
inverting input of U1281A. When the output level reaches 
+87 volts, the inverting input reaches the +10 V refer- 
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ence at the noninverting input. The output voltage at pin 1 
of U1281A will go negative and the base-emitter junction 
of Q1222 will be biased into the active region. As Q1222 
turns on, base drive for the Darlington pair (Q1221 and 
pass transistor Q1220) is reduced. The output will be held 
at the level required (+87 V) for voltage at the two inputs 
of amplifier U1281A to be in balance. 



Current limiting is a foldback design and is performed 
by Q1223 and its associated components. Under normal 
current demand conditions, Q1223 is off. If the regulator 
output current exceeds approximately 100mA (as it might 
if a component fails), the voltage drop across R1221 and 
CR1220 reaches a point that forward biases Q1223 via 
the bias divider formed by R1222 and R1223. As Q1223 
turns on, a portion of the base-drive current to Q1221 is 
shunted away by Q1223. This reduces the base-drive 
current (and thus the output current) of series-pass 
transistor Q1220. 



+42 V Regulator 

The circuit configuration and operation of the +42 V 
Regulator is identical to that of the +82 V Regulator. 
Current limiting of the +42 V supply occurs at approxi- 
mately 400 mA. Base drive to Darlington pair Q1241 and 
Q1 240 is via R1 244 and is dependent on proper operation 
of the +87 Volt Regulator. This dependency ensures that 
the relative polarities of the two supplies are never 
reversed (preventing semiconductor-junction damage in the 
associated load circuitry). 



+ 15 V Regulator 

The +15 V Regulator uses three-terminal regulator 
U1260 and operational amplifiers U1371A and U1371B, 
arranged as voltage sensors, to achieve regulation of the 
+ 15 V supply. The three-terminal regulator holds its out- 
put voltage at pin 2 at 1.25 volts more positive than the 
reference input level at pin 1 . The voltage at the reference 
pin is established by current flow in either diode CR1262 
or CR1263. 



Resistors R1261 and R1262 at the regulator output 
divide the + 1 5 V level down for comparison with the + 1 
V reference applied to pin 5 of operational amplifier 
1)1371 B. When the input voltage at pin 6 (supplied by the 
voltage divider) is lower than the +10 V reference, the 
output of amplifier U1371B is high and the output voltage 
of U1260 is allowed to rise. As the regulator output 
reaches +15 V, the voltage on pin 6 of U1371B 
approaches the level on pin 5, and the amplifier begins 
sinking current away from the reference pin of the three- 
terminal regulator via diode CR1263. This lowers the volt- 
age on the reference pin and holds the output at +15 V. 



The other voltage-sensing amplifier (U 1371 A) ensures 
that the relative polarity between the +15 V supply and 
the +42 V supply is maintained, preventing component 
damage in the load circuitry. Should the +42 V supply be 
pulled below +15 V (excessive loading or supply failure), 
the voltage at pin 3 of U 1371 A falls below the voltage at 
pin 2 and the amplifier output voltage goes low. This for- 
ward biases CR1262 and lowers the reference voltage for 
U1260, reducing the output voltage. 



Current limiting for the + 1 5 V supply is provided by the 
internal circuitry of the three-terminal regulator. 



+5 V Regulator 

Regulation of the +5 V supply is provided by a circuit 
similar to those of the +87 V and the +42 V Regulators. 
As long as the relative polarity between the +15 V and 
the +5 V supplies is maintained, base drive to Q1281 is 
supplied through R1283. The current through Q1281 pro- 
vides base drive for series-pass transistor Q1 280. 



When voltage-sense amplifier U1300B detects that the 
output voltage has reached +5 V, it begins shunting 
base-drive current away from Q1281 via CR1281 and 
holds the output voltage constant. 



Current limiting for the +5 V supply is done by U1300A 
and associated components. Under normal current- 
demand conditions, the output of U1300A is high and 
diode CR1282 is reverse biased. However, should the 
current through the current-sense resistor R1281 reach 
approximately 2 A, the voltage developed across R1281 
will raise the voltage at pin 2 of U1300A (via divider R1282 
and R1286) to a level equal to that at pin 3. This causes 
the output of U1300A to go low, forward biasing CR1282. 
This sinks base drive current away from Q1281 and 
lowers the output current in series-pass transistor Q1280. 



-15 V Regulator 

Operation of the -15 V Regulator, composed of three- 
terminal regulator U1330, operational amplifier U1270C, 
and their associated components, is similar to that of the 
+ 15 V Regulator with the following major changes. The 
control voltage at the three-terminal regulator's reference 
pin (pin 1) is established by the current through series- 
resistors R1333 and R1334. The reference pin is clamped 
by CR1332 at about —5.6 V should a failure in the sens- 
ing network occur. (Clamping also prevents latchup of the 
operational amplifier during start-up of the power supply.) 
Finally, the sensing divider formed by R1331 and R1332 is 
referenced to the +10 V reference instead of ground to 
enable sensing of negative voltage. 
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-8 V Regulator 

Operation of the -8 V Regulator is similar to that of 
the +87 V and +42 V Regulators. Due to the lower 
operating voltages of the -8V Regulator the common- 
base transistor present in both the +87 V and the +42 V 
is not required. Current limiting in the -8 V supply occurs 
at about 480 mA. 



-5 V Regulator 

Operation of the -5 Volt Regulator is similar to that of 
the +5 V Regulator. Current limiting in the —5 V supply 
occurs at about 2 A. 



+5 V Inverter Feedback 

Operational amplifier U1371C and associated com- 
ponents are configured as a frequency-compensated 
voltage-sensing network. The circuit monitors the +5 V 
digital power supply line from the rectifiers and provides 
feedback to the Preregulator Control IC (U1030) via opto- 
isolator U1040 (both on diagram 9). The feedback is used 
to slightly vary the voltage-sensing characteristics of the 
Preregulator Control circuitry. The feedback (FB) signal 
slightly varies the voltage to the Inverter output 
transformer and holds the output of the 5 V secondary 
windings at an optimum level. Output levels of the other 
secondary windings are related to the +5 V D level and are 
also held at their optimum values. This technique mini- 
mizes power losses in the series-pass transistors and 
increases regulator reliability. 



Power-Up Delay 

The Power-Up Delay circuit, composed of Q1370, 
Q1376, U1371D, and the associated components, ensures 
that the various regulated power supplies have time to 
reach their proper operating voltages before signaling the 
Microprocessor that the power supplies are up. 



When power is first applied, a LINE UP signal from the 
Preregulator Control circuit goes HI, indicating that the 
power switch has been closed and that ample supply volt- 
age is available for driving the Inverter transformer. The 
HI is applied to the base of Q1370, but since the collector 
is not properly biased yet, no transistor current will flow. 
As the Inverter begins to run, the various voltages from 
the secondary rectifiers begin coming up to their proper 
levels. A +2.5 V reference voltage is applied to opera- 
tional amplifier U1371D pin 12 and forces the output high, 
biasing Q1376 on. 

Before any of the Low-Voltage Regulators may function 
properly, the + 1 V reference voltage must be established 
as previously described. When the +15 V Regulator turns 
on, current flows through Q1370, and pin 13 of U1371D is 



pulled above the +2.5 V reference through divider R1370 
and R1372. The output of U1371D goes low, turning off 
Q1376. 



When power to the instrument is turned off, the LINE 
UP signal goes LO (as explained in the Line Up Signal 
description). The falling LINE UP signal turns Q1370 off 
and drives the output of U1371D high. The output level 
from U1371D turns on Q1376 and pulls the PWR UP sig- 
nal to the Microprocessor LO. This LO initiates the 
power-down sequence used to shut down the instrument 
in an orderly fashion. The delay between the time that the 
PWR UP signal goes LO and when the regulated power 
supplies fall below their normal operating levels provides 
ample time for the Microprocessor to complete the power- 
down sequence. 



Power Supply Shutdown 

Phosphor damage can occur to the CRT if certain regu- 
lated power supply voltages are overloaded due to exces- 
sive current draw by their loads. U1300C and its associ- 
ated circuitry monitor the +15 V and the +5 V Regulator 
supplies. The +87 V and the +42 V Regulator supplies 
are monitored via R1294 and R1295 respectively. If any of 
these regulated supplies exceed their limit, current is 
sourced to U1300D (pin 13). When this happens, the 
+ 1 V Reference begins to drop which in turn lowers all 
the regulated supplies. This causes the high voltage oscil- 
lator to shutdown preventing damage to the CRT. Q1290 
and its associated circuitry allows the + 1 V Reference to 
come up and stabilize before the shutdown circuitry is 
enabled. Jumper J208 is used to disconnect the shutdown 
circuitry for troubleshooting purposes. 



POWER DISTRIBUTION 



Schematic diagrams 1 1 and 1 2 illustrate the power dis- 
tribution of the instrument. The connections to the labeled 
boxes (representing the hybrids and ICs) show the power 
connections to each device, while connections to non- 
power lines are shown by the component and schematic 
number. Power supply decoupling is done with traditional 
LRC networks as shown on the diagrams. 



Several intermediate supply voltages are generated by 
devices shown on diagrams 11 and 12. An approximate 
+32 volt supply for the A and B Sweeps is developed by 
emitter-follower Q700 and its associated components. 
Zener diodes VR125 and VR225 develop approximate 
+6.2 volt supplies for the CH 1 and CH 2 Preamps 
respectively, and zener diode VR2805 establishes an 
approximate -6.8 volt supply for U2800 and U2805. 
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INTERCONNECTIONS 



Schematic diagram 13 illustrates the circuit board inter- 
connections of the instrument. Connector numbers and 
cabling types are shown. 
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PERFORMANCE CHECK AND FUNCTIONAL 
VERIFICATION PROCEDURE 



INTRODUCTION 



This procedure is used to verify proper operation of instrument controls and to check the instrument's performance 
against the requirements listed in the "Specification" (Section 1). This procedure verifies instrument function and may be 
used to determine need for readjustment. These checks may also be used as an acceptance test and as a preliminary 
troubleshooting aid. 



Removing the wrap-around cabinet is not necessary to perform this procedure. All checks are made using the operator 
accessible front- and rear-panel controls and connectors. 



Within the procedure, steps to verify proper operation of an instrument control or function that are not specified in the 
"Specification" section begin with the word "VERIFY". These functions ARE NOT specifications and should not be inter- 
preted as such. Steps to check performance specifications begin with the word "CHECK". 



PREPARATION 



Test equipment items 1 through 25 listed in Table 4-1 
are required to perform this procedure. The specific pieces 
of equipment required to perform the checks within each 
section are listed at the beginning of that section. The item 
numbers in parentheses next to each piece of equipment 
refer to the numbered equipment list of Table 4-1 . 



Before performing this procedure, ensure that the LINE 
VOLTAGE SELECTOR switch is set for the ac power 
source being used (see "Preparation for Use" in Section 
2). Connect the instrument to be checked and the test 
equipment to an appropriate power source. Turn the 
instrument on and ensure that no error message is 
displayed on the CRT. If an error message is present, 
have the instrument repaired or calibrated by a qualified 
service technician before performing this procedure. 



The procedure is divided into sections to permit func- 
tional and performance verifications of individual sections 
of the instrument without performing the entire procedure. 
Perform all steps within a section, both in the sequence 
presented and in their entirety to ensure that control set- 
tings are correct for the following step. 



When performing partial procedures, the Initial Control 
Settings at the start of the section should be set up first; 
then make any changes noted at the start of the subsec- 
tion to be performed. When performing the procedures in 
sequence, merely change those controls that have 
changed from the previous step. 



NOTE 

In order to see a channel's VOLTS/DIV setting, the 
channel must be selected using the VERTICAL 
MODE switches. 



On instruments with Option 06 or 09 (CTT) installed, 
selecting Intensified, Alternate, or B Horizontal Mode will 
automatically enable the Counter/Timer/ Trigger option for 
precision Delay, Delta Time, and 1 /Delta Time measure- 
ments. Several sections of the Performance Verification 
Procedure specify various delay settings for B Trigger in 
either the RUN AFTER DELAY, TRIGGERED AFTER 
DELAY, or TRIG A DELAY mode. Procedure steps involv- 
ing delay settings that the CTT option will affect have 
alternate instructions listed. 
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Table 4-1 
Test Equipment Required 



Item and 
Description 


Minimum Specification 


Use 


Example of Applica- 
ble Test Equipment 


1 . Variable Power 
Supply 


Variable output voltage: V to +16 V. 


Check 50 S2 input 
overload switching. 


1 bK 1 HUNIX Kb OUoA. 


2. Leveled Sine-Wave 
Generator (Primary) 


Frequency: 250 kHz to 250 MHz. Output: 
V to 5 V. Reference frequency: 50 kHz. 


Check Trigger and CTT. 


TEKTRONIX SG 503. 


3. Calibration Generator 


Fast-rise, low aberration amplitudes: to 
1 V. Rise time: 1 ns or less. Repetition 
rate: 1 kHz to 100 kHz. Precision 
amplitudes: 0.01 V to 50 V ±0.25%. 


Signal source for gain 
and transient response. 


TEKTRONIX PG 506. 


4. Leveled Sine-Wave 
Generator 
(Secondary) 


Frequency: 245 kHz to 500 MHz. Output: 
0.5 V to 4.0 V. Reference frequency: 50 
kHz. 


Check bandwidth and 
triggering. 


TCl/TDAMIV O/"* £Lf\A 

1 br\ 1 HONIA bo 0U4 

with Leveling head. 


5. Function Generator 


Repetition rate: 60 Hz to 1 MHz. Output 
to 15 V p-p. 


Check triggers and 
coupling. 


TEKTRONIX FCa 501 A. 


fi Timp-Mark (npnprator 

\J ■ I II I ic ivi cm r\ vvici i^i W iui 


Markprs' 2 ns to 5 s in a 1-2-5 seauence 
Marker accuracy: ±0.1%. For CTT 
checks accuracy: ±0.00005%. 


Check horizontal timing 
and CTT. 


TEKTRONIX TG 501. 
CTT requires TG501 
Option 01 . 


7. Oscilloscope with 
P6137 10X Standard 

rVUUCDoUl y 1 1 uuc 


Bandwidth: 400 MHz. General Purpose. 


Check power supply 
ripple and output 
^innate Troublpshootinn 


TEKTRONIX 
2467BCT/2465BCT. 


8. T-Connector (2 


Impedance: 50 Q. Connectors: BNC. 


Signal interconnection. 


TEKTRONIX Part 
Number 103-0030-00. 


9. Precision BNC Cable 


Impedance: 50 fl. Connectors: BNC. 
Lpnntrr 36 in 

1— Ul lull 1. S-J w II !• 


Signal interconnection. 


TEKTRONIX Part 
Number 012-0482-00. 


10. BNC Cable (4 


Impedance: 50 Q. Connectors: BNC. 
1 f^nnth* 43 in 

L— 1 IUU 1. III. 


Signal interconnection. 


TEKTRONIX Part 
Number 012-0057-01. 


1 1 . Dual-Input Coupler 


Connectors: BNC female-to-dual-BNC 
male. 


Signal interconnection. 


TEKTRONIX Part 
Number 067-0525-02. 


12. Termination (2 
required) 


Impedance: 50 fi. Connectors: BNC. 


Signal interconnection. 


TEKTRONIX Part 
NumDer un -uu4»-u i . 


13. Adapter 


Subminiature probe-tip-to-BNC. 


Signal interconnection. 


TEKTRONIX Part 
Number 013-0195-00. 


14. Adapter 


BNC female-to-BNC female. 


Signal interconnection. 


TEKTRONIX Part 
Number 103-0028-00. 


15. Adapter 


Connectors: BNC female-to-dual banana. 


Signal interconnection. 


TEKTRONIX Part 
Number 103-0090-00. 
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Table 4-1 (cont) 



iicm ana 
Description 


Minimum Snecification 

■Till IIIIIUIII U vvl I IvU II Wl 1 


Use 


Example of Applica- 
ble Test Equipment 


16. Attenuator 


Attenuation factor: 2X. Impedance: 50 12. 
Connectors: BNC. 


Signal attenuation. 


TEKTRONIX Part 
Number 011-0069-02. 


17. Attenuator 


Attenuation factor: 5X. Impedance: 50 Q. 
Connectors: BNC. 


Signal attenuation. 


TEKTRONIX Part 
Number 011-0060-02. 


18. Attenuator 


Attenuation factor: 10X. Impedance: 
50 0. Connectors: BNC. 


Signal attenuation. 


TEKTRONIX Part 
Number 011-0059-02. 


19. Digital Multimeter 
(DMM) 


DC volts range to +20 V. Accuracy: 
±0.2%. 


Check power supplies 
and CALIBRATOR. 


TEKTRONIX DM 502A. 


20. Low-Capacitance 
Alignment Tool 


Shaft length: 2 in. 


Adjust variable resistors 
and capacitors. 


TEKTRONIX Part 
Number 003-0675-00. 


21 . 1 X Probe 


Attenuation: 1X. Bandpass: <20 MHz. 


Check power supply 
ripple. 


TFKTRONIY Pfi1fl1 01 


22. Normalizer 


Input resistance: 1 MQ. Input 
capacitance: 15 pf. 


Check input 
capacitance. 


TFKTRnNlY Part 
1 Cf\ 1 nV-HNIA rdl I 

Number 067-0537-00. 


23. Tunnel Diode Pulser 


Rise time: 1 25 ps or less. 


Check transient 
response. 


TEKTRONIX Part 
Number 067-0681-01. 


24. Pulse Generator (2 
required) 


Frequency: 10 MHz. Pulse width: 50 ns. 
Pulse width accuracy: 5%. Positive 
trigger input, 1 V to 5 V into 50 Ohms. 
Positive trigger output, 1 V into 50 Ohms. 
Variable pulse duration. 


CTT Checks. 


TEKTRONIX PG502 
Pulse Generator. 


25. Adapter (2 required) 


Connectors: BNC male-to-dual-binding. 


CTT Checks. 


TEKTRONIX Part 
Number 103-0035-00. 


26. Adapter 


BNC-to-probe-tip. 


Signal inter-connection. 


TEKTRONIX Part 
Number 013-0227-00. 
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VERTICAL 



Equipment Required (see Table 4-1) 




Power Supply (Item 1) 


Subminiature Probe Tip-to-BNC Adapter (Item 13) 


Primary Leveled Sine-Wave Generator (Item 2) 


BNC Female-to-BNC Female Adapter (Item 14) 


Calibration Generator (Item 3) 


BNC Female-to-Dual Banana Adapter (Item 15) 


Secondary Leveled Sine-Wave Generator (Item 4) 


2X Attenuator (Item 16) 


10X Probe (supplied with 2465BCT/2465BCT) (Item 7) 


5X Attenuator (Item 17) 


Precision 50 fi BNC Cable (Item 9) 


1 0X Attenuator (Item 18) 


50 fi BNC Cable (Item 10) 


1X Probe (Item 21) 


Dual-Input Coupler (Item 11) 


BNC-to-probe-tip Adapter (Item 26) 


50 $2 BNC Termination (Item 12) 





Initial Control Settings. 

Control settings not listed do not affect the procedure. 



Set: 



NOTE 

Select channels to set VOLTS/DIV. 



VOLTS/DIV 

CH 1 and CH 2 
CH 1 and CH 2 VAR 
CH 3 and CH 4 



VERTICAL MODE 

CH 1 

CH 2, CH 3, CH 4, 

ADD, and INVERT 

CHOP/ALT 

20 MHz BW LIMIT 



Input Coupling 

CH 1 and CH 2 



1 V 

In detent 
0.1V 



On 



Off 

ALT 

Off 



1 Mil GND 



Delta 

At and AV 

TRACKING 

Trigger 

HOLDOFF 

LEVEL 

SLOPE 

A/B TRIG SELECT 
MODE 
SOURCE 
COUPLING 



Off (press and release until 
associated readout is off) 
Off 



Fully CCW 
Midrange 
+ (plus) 
A 

AUTO LVL 

VERT 

DC 



1. Verify CH 1 and CH 2, 50 fi OVERLOAD 
protection. 

a. Connect the Power Supply to the CH 1 OR X input 
connector via a 50 Q BNC cable and a BNC female-to-dual 
banana adapter. 



b. Using the CH 1 VERTICAL POSITION control, posi- 
tion the trace on the bottom horizontal graticule line. 



c. Change CH 1 Input Coupling to 1 Mfi DC. 



Horizontal 

A SEC/DIV 
SEC/DIV VAR 
X10 MAG 
TRACE SEP 



10 ms (knob in) 
In detent 
Off 

Fully CW 



d. Turn the Power Supply on. 



e. Adjust the Power Supply output level until the CH 1 
trace rises to 1 division above the center graticule line 

(+5V). 
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f. Change CH 1 Input Coupling to 50 fi DC. 

g. VERIFY— For a period of one minute, the readout 
display does not indicate any overload condition (50 Q 
OVERLOAD). 

h. Change the CH 1 VOLTS/DIV control to 5 V and the 
CH 1 Input Coupling to 1 MQ DC. 

i. Increase the Power Supply output level until the CH 1 
trace rises to the center graticule line (+20 V). 



j> CAUTION < 

To prevent damage to the input circuitry when in 
50 S2 DC, the 20 V source must not be applied to the 
CH 1 ORX or CH 2 input connectors for longer than 
20 seconds. If the automatic OVERLOAD switching 
does not occur within 20 seconds, turn the Power 
Supply off immediately. 

J. Set the CH 1 Input Coupling to 50 Q DC. 

k. VERIFY— Within 20 seconds after CH 1 input cou- 
pling is set to 50 Q DC, the readout display indicates 
"50 fi OVERLOAD", the CH 1 Input Coupling changes 
to 1 Mfl GND automatically, and the trace returns to 
the bottom horizontal graticule line. 



I. Turn the Power Supply Off. 



m. Disconnect the Power Supply from CH 1 input. 

n. Clear the OVERLOAD condition by pressing the 
upper CH 1 Input Coupling button. 

o. VERIFY— The CH 1, 1 Mil DC indicator is lit and the 
readout display no longer indicates "50 fi OVERLOAD". 

p. Set the VERTICAL MODE buttons to display CH 2 
and repeat parts a through o to verify 50 fi OVERLOAD 
protection for CH 2. 

2. Check CH 1 and CH 2 Low-Frequency AC 
Coupling. 

a. Set: 



NOTE 

Select channels to set VOLTS/DIV. 

CH 1 , CH 2 VOLTS/DIV 1 00 mV 

CH 1 VERTICAL MODE On 

CH 2 VERTICAL MODE Off 

ASEC/DIV 10 ms (knob in) 
CH 1 and CH 2 

Input Coupling 1 Mil GND 

b. Connect the CALIBRATOR output signal to the CH 1 
OR X input connector using a 1X probe. 

c. Position the ground-reference trace 2 divisions below 
the center horizontal graticule line. 

d. Set the CH 1 Input Coupling to 1 Mil DC. 

e. CHECK— Displayed signal is vertically centered and 
has an amplitude of 3.88 to 4.12 divisions. 

f. Set the CH 1 Input Coupling to the upper 1 MQ GND 
position. 

g. Using the CH 1 POSITION control, align the trace 
with the center horizontal graticule line. 

h. Set the CH 1 Input Coupling to 1 MQ AC. 

i. CHECK— Displayed signal is a tilted square wave, 
4.36 to 5.37 divisions in amplitude, vertically centered on 
the graticule. 

j. Move the probe to the CH 2 input connector. 

k. Set the VERTICAL MODE buttons to deselect CH 1 
and display CH 2. 



NOTE 

Instruments with TV OPTION 05 have a TV CLAMP 
feature that is enabled by pushing the upper CH 2 
INPUT COUPLING button while in AC COUPLING. 
The letters "TVC" appear in the top right readout 
when this mode is selected. Push the lower CH 2 
INPUT COUPLING button to return to normal AC 
coupling. 
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I. Repeat parts c through i for CH 2. 
m. Disconnect the test setup. 

3. Check CRT Writing Rate of 2467B ONLY. 

a. Set: 



CH 1 VOLTS/DIV 

CH 1 VERTICAL MODE 

CH 2 VERTICAL MODE 

A SEC/DIV 

DLY 

B SEC/DIV 

CH 1 Input Coupling 

B TRIGGER MODE 

A TRIGGER MODE 

X10 MAG 

INTENSITY 

READOUT INTEN 



50 mV 
On 
Off 
10 ms 
0.0000 ms 
20 ns(knob in) 
50 fi DC 
RUN AFT DLY 
AUTO LVL 
ON 

CW (full) 
OFF (centered) 



CH 1 VOLTS/DIV 
CH 2 VOLTS/DIV 
BW LIMIT 
CH 1 
CH 2 
AV 

A SEC/DIV 
TRIGGER MODE 



2 mV 
2 mV 
On 
On 
Off 

On (press and release for a 
AV readout) 
1 ms (knob in) 
AUTO 



NOTE 



The instrument must have had at least 20 
minutes warmup prior to performing the following 
steps. 

b. Momentarily press and hold both the CH 1 and CH 2 
upper Input Coupling buttons until a moving dot display 
replaces the normal signal. This performs a DC Balance of 
CH 1 and CH 2 and the readout indicates "DC BALANCE 
IN PROGRESS". 



b. Connect the output of the Primary Leveled Sine- 
Wave Generator to the CH 1 OR X input connector via a 
50 Q BNC cable. 



c. When the signal and readout displays automatically 
return to normal, set the CH 1 and CH 2 Input Couplino. to 
1 Mfl DC. ' 



c. Set the generator for an 8 division display at 
158 MHz. 



d. Connect the Calibration Generator to the CH 1 OR X 
input connector via a 50 fi BNC cable. Do not use a 
termination. 



d. Press INIT@50%. 



e. VERIFY— All parts of the flashing sine waves are 
visible. Typical working environments illuminate the CRT 
faceplate with about 20 foot-candles. 



e. CHECK— CH 1 and CH 2 VOLTS/DIV, AV, and 
TRIGGER LEVEL readout accuracies as follows: 



1 . Set VOLTS/DIV control to the first position listed 
in Table 4-2. 



f. Disconnect the test setup. 



4. Check CH 1 and CH 2 VOLTS/DIV, CH 2 
INVERT, AV and TRIGGER LEVEL Readout 
Accuracies, Variable VOLTS/DIV, Vertical 
Linearity, and ADD. 

a. Set: 



CH 1 Input Coupling 1 Mfi DC 
CH 2 Input Coupling 1 Mfi DC 



2. Set the Calibration Generator STD AMPLITUDE 
output level to the corresponding Standard 
Amplitude Input Level in Table 4-2. 



NOTE 

To properly verify TRIGGER LEVEL 
Readout Accuracy, the Calibration 
Generator's STD AMPLITUDE output must 
have rising and falling transition times 
(10% to 90%) > 20 ns. No overshoot 
should appear on the waveform. 



NOTE 

Select channels to set VOLTS/DIV. 



3. Verify that the generator output meets the 
requirements noted above. 
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4. Use the VERTICAL POSITION control to set the 
bottom of the signal 2 divisions below graticule 
center. 

5. Rotate the A REF OR DLY POS control to align 
the reference cursor with the bottom of the 
waveform. 



positive voltage that produces a barely triggered, 
jittering display for each position (+ and -) of 
SLOPE. 



9. CHECK— The A Trigger Level readings are 
within the limits given in the +Peak column of 
Table 4-2. 



6. Rotate the A control to align the delta cursor 
with the top of the signal display. 



7. CHECK— Vertical Deflection Accuracy (measured 
against the graticule) and AV Readout Accuracy 
are within the limits listed in Table 4-2. 



8. Set the TRIGGER LEVEL control at the most 



10. Set the TRIGGER LEVEL control at the most 
negative voltage that produces a barely trig- 
gered, jittering display for each position (+ and 
-) of SLOPE. 



11. CHECK— The A Trigger Level readings are 
within the limits given in the -Peak column of 
Table 4-2. 



Table 4-2 
Accuracy Limits 
CH 1, CH 2 INVERT, and Delta Volts Readouts 



VOLTS/ 

DIV 
Switch 
Setting 
CH 1 
and 
CH 2 


Stand- 
ard 

Ampli- 
tude 
Input 
Level 


Vertical 
Deflection 
Accuracy 

(±2% in 
divisions) 


Delta Volts 
Readout 
Accuracy 
(limits) 
1.25% +0.03 div 


Limits of Trigger LEVEL 
Readout 


DC Coupling 


NOISE REJ Coupling 


+Peak 


-Peak 


+Peak 


-Peak 


2 mV 


10 mV 


4.90 to 5.10 


9.81 mV to 10.20 mV 


8.0 mV to 12.0 mV 


+ 1.7 mV to -1.7 mV 






5 mV 


20 mV 


3.92 to 4.08 


19.6 mV to 20.4 mV 


16.8 mV to 23.2 mV 


+2.6 mV to -2.6 mV 






10 mV 


50 mV 


4.90 to 5.10 


49.0 mV to 50.9 mV 


44 mV to 56 mV 


+4.5 mV to -4.5 mV 






20 mV 


0.1 V 


4.90 to 5.10 


98.1 mV to 102.0 mV 


89 mVto 111 mV 


+8.0 mV to -8.0 mV 






50 mV 


0.2 V 


3.92 to 4.08 


196 mV to 204 mV 


178 mVto222 mV 


+ 16mVto 
-16 mV 


148 mV 

to 
252 mV 


+46 mV 
to 

-46 mV 


100 mV 


0.5 V 


4.90 to 5.10 


490 mV to 509 mV 


0.450 V to 
0.550 V 


+0.035 V 
-0.035 V 






200 mV 


1.0 V 


4.90 to 5.10 


0.981 V to 
1 .020 V 


0.90 V to 
1.10V 


+0.07 V to 
-0.07 V 






500 mV 


2.0 V 


3.92 to 4.08 


1.96 V to 
2.04 V 


1.78 V 
2.22 V 


0.16 V to 
-0.16 V 






1.0 V 


5.0 V 


4.90 to 5.10 


4.90 V to 5.09 V 


4.50 V to 5.50 V 


+0.35 V to -0.35 V 






2.0 V 


10.0 V 


4.90 to 5.10 


9.81 V to 10.2 V 


9.0 V to 11.0 V 


+ 0.7 V to -0.7 V 






5.0 V 


20.0 V 


3.92 to 4.08 


19.6 V to 20.4 V 


17.8 V to 22.2 V 


+ 1.6 V to -1.6 V 
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12. Set the TRIGGER LEVEL for a stable display. 20. Push the SEC/DIV knob in. 



13. Pull the SEC/DIV knob out. 



21 . Change the VOLTS/DIV to the next position 
listed in Table 4-2. 



14 Set: 

B TRIGGER MODE 
SOURCE 
COUPLING 
SLOPE 



TRIG AFT DLY 

VERT 

DC 

+ 



22. Set the Calibration Generator to the correspond- 
ing signal amplitude setting. 



23. Press and release the AV pushbutton to obtain 
the AV readout display. 



NOTE 

On CTT instruments, rotate the A REF OR DLY 
POS control for the specified delay. As the con- 
trol is rotated, the readout delay value will be fol- 
lowed by the word "SET". This value shows the 
approximate delay. A few seconds after control 
movement has stopped, the word "SET" will 
disappear and the readout delay value as meas- 
ured by the CTT will appear. This is normal 
operation and not cause for concern. 



15. Adjust A REF OR DLY POS control for a delay 
reading of 0.000 ms. 



16. Set the TRIGGER LEVEL control to the most 
positive voltage that produces an intensified 
point on the waveform display for each position 
(+ and -) of SLOPE. 



24. Repeat subparts 4 through 23 of part e for each 
VOLTS/DIV setting listed in Table 4-2. 



25. Set the TRIGGER COUPLING to NOISE REJ. 



26. Set the CH 1 VOLTS/DIV to 50 mV. 



27. Set the Calibration Generator STD AMPLITUDE 
output level to 0.2 V. 



28. CHECK — Trigger Level Readout is within the lim- 
its given in Table 4-2 for NOISE REJ Coupling. 



f. Return the TRIGGER COUPLING to DC. 



17. CHECK— The B Trigger Level readings are 
within the limits given in the +Peak column of 
Table 4-2. 



18. Set the TRIGGER LEVEL control to the most 
negative voltage that produces an intensified 
point on the waveform display for each position 
(+ and -) of SLOPE. 



19. CHECK — The B Trigger Level readings are 
within the limits given in the —Peak column of 
Table 4-2. 



NOTE 

On CTT instruments, repeat sections 16-19 
for TRIG A DLY trigger mode using the 
+Peak and -Peak columns of Table 4-2. 



g. Set the CH 1 VOLTS/DIV and the Calibration Gen- 
erator output level to produce a vertical signal display 5 
divisions in amplitude. 



h. CHECK — Display amplitude reduces to 2 divisions or 
less when the VOLTS/DIV VAR control (of the channel 
under test) is rotated fully CCW. Return the VOLTS/DIV 
VAR control to its maximum CW (detent) position. 



i. Set the Calibration Generator output level and VERTI- 
CAL POSITION controls for a 2-division display vertically 
centered on the graticule. Use the CH 1 VAR control if 
necessary to obtain the correct display amplitude. 



j. Set the VERTICAL POSITION control to align the top 
edge of the display with the top graticule line. 
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k. CHECK— Signal display amplitude is 1 .9 to 2.1 
divisions. 

I. Set the VERTICAL POSITION control to align the 
bottom edge of the signal display with the bottom graticule 
line. 

m. CHECK— Signal display amplitude is 1.9 to 2.1 
divisions. 



n. Set: 

CH 1 and CH 2 

Input Coupling 50 fi DC 

o. Connect the Calibration Generator to the CH 1 OR X 
input connector via a 50 Q BNC cable. Do not use a 
termination. 



p. Check CH 1 and CH 2 VOLTS/DIV 50 Q Coupling 
accuracy as follows: 

1 . Set VOLTS/DIV control to the first position listed 
in Table 4-3. 

2. Set the Calibration Generator STD AMPLITUDE 
output level to the corresponding Standard 
Amplitude Input Level in Table 4-3. 

3. Use the VERTICAL POSITION control to set the 
bottom of the signal 2 divisions below graticule 
center. 

4. CHECK— Vertical Deflection Accuracy (measured 
against the graticule) is within the limits listed in 
Table 4-3. 

5. Change the VOLTS/DIV to the next position 
listed in Table 4-3. 

6. Set the Calibration Generator to the correspond- 
ing signal amplitude setting. 

7. Repeat subparts 3 through 6 of part p for each 
VOLTS/DIV setting listed in Table 4-3. 



Table 4-3 
Accuracy Limits 
CH 1 and CH 2 VOLTS/DIV 50 fi Coupling 



VOLTS/DIV 




vertical 


Setting 


Standard 


Deflection 


CH 1 


Amplitude 


Accuracy 


and 


Input 


(±3% in 


CH 2 


Level 


divisions) 


2 mV 


20 mV 


4.85 to 5.15 


5 mV 


50 mV 


4.85 to 5.15 


10 mV 


0.1 V 


4.85 to 5.15 


20 mV 


0.2 V 


4.85 to 5.15 


50 mV 


0.5 V 


4.85 to 5.15 


100 mV 


1.0 V 


4.85 to 5.15 


200 mV 


2.0 V 


4.85 to 5.15 


500 mV 


5.0 V 


4.85 to 5.15 


1.0 V 


10.0 V 


4.85 to 5.15 


2.0 V a 






5.0 V a 







"Not checked. Attempting to check would exceed Maximum 
Input Voltage. 



8. Set CH 1 and CH 2 Input Coupling to 1 MQ DC. 



q. Move the test signal to CH 2 and set the VERTICAL 
MODE controls to display CH 2. 

r. Return the CH 1 VOLTS/DIV VAR control to the cali- 
brated detent position. 

s. Repeat parts e through p for CH 2. 

t. Return the CH 2 VOLTS/DIV VAR control to the cali- 
brated detent position. 



u. Rotate the A REF OR DLY POS control CCW until 
the cursor stops moving. 



v. CHECK — Cursor is aligned with the bottom graticule 
line within +0.2 division. 
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w. Rotate the A control CW until the cursor stops hh. Move the Dual-Input Coupler to the CH 3 and CH 4 

moving. input connectors. 



x. CHECK — Cursor is aligned with the top graticule line 
within ±0.2 division. Push AV to turn off cursors. 



y. Turn the INVERT function on, and obtain a 5-division 
signal as explained in part g. 



z. VERIFY — A down-arrow symbol appears to the left 
of the CH 2 VOLTS/DIV readout. 



aa. CHECK — Display amplitude is between 4.9 divisions 
and 5.1 divisions in amplitude (5 divisions ±2%). Turn the 
INVERT function off when finished. 



bb. Connect a 5 V standard-amplitude signal from the 
Calibration Generator to the CH 1 OR X and CH 2 input 
connectors via a 50 Si BNC cable and a Dual-Input 
Coupler. 



ii. CHECK— VOLTS/DIV and TRIGGER LEVEL Readout 
accuracies for both setting-input level combinations listed 
in Table 4-4 as in subparts 4 through 23 of part e. 



jj. Set the Calibration Generator output level and VERT- 
ICAL POSITION controls for a 2-division display vertically 
centered on the graticule. 



kk. Set the VERTICAL POSITION control to align the 
top edge of the display with the top graticule line. 



II. CHECK— Signal display amplitude is 1.9 to 2.1 

divisions. 



mm. Set the VERTICAL POSITION control to align the 
bottom edge of the signal display with the bottom graticule 
line. 



cc. Set: 

VOLTS/DIV 

CH 1 and CH 2 2 V 



VERTICAL MODE 

CH 1 and CH 2 Off 
ADD On 
VAR In Detent 

dd. CHECK— Vertical deflection amplitude is 4.9 to 5.1 
divisions. 



nn. CHECK— Signal display amplitude is 1.9 to 2.1 
divisions. 

oo. Set the VERTICAL MODE buttons to disable CH 3 
and display CH 4. 

pp. Repeat parts jj through oo for CH 4. 

qq. Disconnect the test setup. 



ee. VERIFY— A + (plus) symbol appears to the left of 
the CH 2 VOLTS/DIV readout. 



5. Check Channel 2 Delay. 

a. Set: 



ff. CHECK — Signal amplitude reduces to 0.2 division or 
less when CH 2 INVERT is on. 



gg. Set: 

VERTICAL MODE 

CH 3 On 

CH 1, CH 2, CH 4 

ADD, and INVERT Off 



CH 1, 2 

VERTICAL MODE 
CH 3 and CH 4 
20 MHz BW LIMIT 
CH 1 and CH 2 
Input Coupling 
CH 1 and CH 2 
VOLTS/DIV 
A SEC/DIV 
TRIGGER SOURCE 



On 
Off 
Off 

50 fi DC 
10 mV 

1 jus (knob in) 
CH 1 
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Table 4-4 
CH 3 and CH 4 Accuracy Limits 



VOLTS/DIV 
Switch Setting 
CH 3 and CH 4 


Standard Ampli- 
tude Signal 
Input Level 


Vertical Deflection 
Accuracy (±10% in 
divisions) 


Trigger LEVEL Ret 
Triggered at the 


idout When Barely 
Indicated Peak 


+Peak 


-Peak 


0.1 V 


0.5 V 


4.50 to 5.50 


0.455 V to 0.545 V 


±0.03 V 


0.5 V 


2.0 V 


3.60 to 4.40 


1.82 V to 2.18 V 


±0.12 V 



b. Connect a 100 kHz, fast-rise, positive-going signal 
from the Calibration Generator to the CH 1 OR X and the 
CH 2 input connectors via a 50 Q BNC cable, a 5X 
attenuator and a Dual-Input Coupler. 



j. Turn X10 MAG off and push in the SEC/DIV knob, 
k. Disconnect the test setup. 



c. Set the output level of the Calibration Generator for 
an approximate 5-division, vertically-centered display for 
both channels. 



d. Use either the CH 1 or CH 2 VAR control to match 
signal amplitude between both channels. 



6. Check Vertical Bandwidth — All Channels. 

a. Set: 

A SEC/DIV 50 fis (knob in) 

TRIGGER SOURCE VERT 



e. Set: 

A SEC/DIV 5 ns (knob in) 

X10MAG On 



f. Use the Horizontal POSITION control to move the ris- 
ing edges of the CH 1 and CH 2 displays to graticule 
center. 



g. Pull the SEC/DIV knob out to activate the CH 2 DLY 
feature. 



NOTE 

If the readout displays "CH 2 DLY DISABLED" 
instead of "CH 2 DLY-TURN A" the delay matching 
feature has been disabled and the remainder of this 
subsection cannot be performed. In this case, 
proceed to subsection 6 below. 

h. CHECK — A control will position the CH 2 display one 
division or more (500 ps) to either side of the CH 1 display. 



NOTE 

Select channels to set VOLTS/DIV. 



CH 1 , CH 2 VOLTS/DIV 20 mV 

CH 3, CH 4 VOLTS/DIV 0.1 V 

CH 1 and CH 2 VAR Calibrated (in detent) 

CH 1 VERTICAL MODE On 

CH 2, CH 3, CH 4 

VERTICAL MODE Off 

CH 1 and CH 2 

Input Coupling 50 12 DC 



b. Connect the output of the Secondary Leveled Sine- 
Wave Generator to the CH 1 OR X input connector via a 
precision 50 Q BNC cable and any combination of the 1 0X, 
5X, or 2X Attenuators needed to reduce the signal ampli- 
tude to the level called out in the next step. 



c. Set the generator output level for a 6-division display 
at the reference frequency, then change the generator out- 
put to 350 MHz. 



d. CHECK— Signal display amplitude is 4.25 divisions 
i. Superimpose the rising edges of the pulses using the or greater while sweeping the generator frequency from 
A control. 350 MHz to 420 MHz. 
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e. Set the VOLTS/DIV to 0.5 V and repeat parts c 
and d. 



f. Set the VOLTS/DIV to 1 V and the generator output 
level for a 4-division display at the reference frequency, 
then change the generator frequency to 350 MHz. 



g. CHECK — Signal display amplitude is 2.82 divisions 
or greater while sweeping the generator frequency from 
350 MHz to 420 MHz. 



r. Move the signal to CH 4 and set the VERTICAL 
MODE to display CH 4 only. 

s. CHECK— Repeat parts k through q for CH 4. 
t. Disconnect the test setup. 

7. Check Common Mode Rejection Ratio (CMRR). 

a. Set: 



h. Move the signal to CH 2 input connector and set the 
VERTICAL MODE to disable CH 1 and display CH 2. 



NOTE 

Select channels to set VOLTS/DIV. 



i. CHECK— Repeat parts c through g for CH 2. 



j. Set the VERTICAL MODE to display CH 3 only. 



k. Attach the standard-accessory 10X probe (supplied 
with the instrument) to the CH 3 input connector and the 
probe tip to the CALIBRATOR terminal. 



I. Set the SEC/DIV (knob in) to 1 ms. 



m. Adjust probe compensation for the best flat top on 
the square-wave signal display. 



n. Disconnect the probe tip from the CALIBRATOR ter- 
minal. Remove the grabber tip from the probe, unscrew 
and remove the plastic barrel, and connect the probe to 
the output of the Secondary Sine-Wave Generator (with 
the leveling head) via a BNC-to-probe-tip adapter. 



CH1.CH 2 VOLTS/DIV 
CH 1 and CH 2 VAR 
CH 1, ADD, and INVERT 
CH 2, CH 3, and CH 4 
CH 1 and CH 2 
Input Coupling 
A SEC/DIV 
TRIGGER MODE 
TRIGGER SOURCE 



10 mV 
In detent 
On 
Off 

50 Q DC 
50 jiS (knob in) 
AUTO LVL 
CH 1 



b. Connect a reference frequency signal from the Pri- 
mary Leveled Sine-Wave Generator to the CH 1 OR X and 
CH 2 input connectors via a 50 Q BNC cable, a 5X 
attenuator, and a Dual-Input Coupler. 



c. Set the generator output level for an 8-division 
display of the reference signal on CH 1 . 



d. Adjust either the CH 1 VAR control or the CH 2 VAR 
control for a minimum ADD display amplitude while leaving 
the other control in the calibrated detent (whichever pro- 
vides the best CMRR). 



o. Set the SEC/DIV to 50 »s (knob in). 



p. Set the generator output for a 4-division display at 
the reference frequency, then change the generator fre- 
quency to 350 MHz. 



q. CHECK — Signal display amplitude is 2.82 divisions 
or greater while sweeping the generator frequency from 
350 MHz to 420 MHz. 



e. Set the generator frequency to 50 MHz. 

f. Set the A SEC/DIV to 20 ns. 

g. CHECK— ADD display amplitude is 0.4 division or 
less (discount trace width). 

h. Set ADD and INVERT Off and rotate the CH 1 and 
CH 2 VAR controls CW to their calibrated detent positions. 
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i. Disconnect the test setup. 



8. Check Channel Isolation. 

a. Set: 



CH 1 , 2, 3 and 4 
VERTICAL MODE 
CHOP/ALT 
CH 1 and CH 2 
Input Coupling 
CH 1, CH 2 
VOLTS/DIV 
CH 3, CH 4 
VOLTS/DIV 
TRIGGER SOURCE 
A SEC/DIV 



On 
ALT 

5012 DC 

0.1 V 

0.1 V 
CH 1 

20 ns (knob in) 



b. Connect the Primary Leveled Sine-Wave Generator 
to the CH 1 OR X input connector via a 50 Q BNC cable. 



c. Set the generator frequency to 100 MHz and adjust 
the output level for an 8-division display. 



I. Replace the Primary Leveled Sine-Wave Generator 
with the Secondary Leveled Sine-Wave Generator (with 
the leveling head) and connect the generator to the 
CH 1 OR X input connector. 



m. Set the TRIGGER SOURCE to CH 1 . 



n. Set the generator output frequency to 400 MHz and 
the output level for an 8-division display. 



o. CHECK— Amplitude of each trace other than CH 1 is 
0.16 division or less (discount trace width). 



p. Move the signal to the CH 2 input connector and set 
the TRIGGER SOURCE to CH 2. 



q. CHECK— Amplitude of each trace other than CH 2 is 
0.16 division or less (discount trace width). 



r. Disconnect the test setup. 



d. CHECK— Amplitude of each trace other than CH 1 is 
0.08 division or less (discount trace width). 



e. Move the signal to the CH 2 input connector and 
change the TRIGGER SOURCE to CH 2. 



f. CHECK— Amplitude of each trace other than CH 2 is 
0.08 division or less (discount trace width). 



9. Set CH 1 and CH 2 DC Balance. 

NOTE 

For an accurate DC Balance setting, the instrument 
MUST be allowed to warm up for 20 minutes before 
performing the following steps. 

a. Press both the CH 1 and CH 2 upper Input Coupling 
buttons for approximately 1 second, then release them. 



g. Add a 50 12 BNC termination to the BNC cable and 
move the signal to CH 3. 

h. Set the TRIGGER SOURCE to CH 3 and adjust the 
generator output for a signal display amplitude of 8 
divisions. 



i. CHECK— Amplitude of each trace other than CH 3 is 
0.16 division or less (discount trace width). 



j. Move the signal to CH 4 input connector and set 
TRIGGER SOURCE to CH 4. 



k. CHECK— Amplitude of each trace other than CH 4 is 
0.16 division or less (discount trace width). 



b. VERIFY— DC BALANCE IN PROGRESS in top line 
of readout. A flashing dot is also displayed. The display 
returns to normal in approximately 1 5 seconds. 



c. VERIFY— There is less than 0.2 division + 0.5 mV 
vertical trace shift between adjacent settings of the CH 1 
and CH 2 VOLTS/DIV as they are rotated through each of 
their positions. 



d. VERIFY— There is less than 0.2 division vertical 
trace shift between the CH 3 and CH 4 VOLTS/DIV 
settings. 

e: VERIFY— There is less than 1.0 division vertical 
trace shift as the CH 1 and CH 2 VOLTS/DIV VAR con- 
trols are rotated fully CCW. 
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f. VERIFY— There is less than 0.5 division vertical trace g. Set CH 1 Input Coupling to GND and align the trace 

shift when the INVERT button is pressed. with the center graticule line. 



g. Return the VERTICAL VAR controls to their detent 
positions and turn the CH 2 INVERT function off. 



h. Return CH 1 Input Coupling to 1 Mfl DC. 



10. Check CH 2 SIGNAL OUT and Cascaded 
Operation. 

a. Set: 

CH 1 VERTICAL MODE On 
CH 2, CH 3, CH 4 
VERTICAL MODE Off 
20 MHz BW LIMIT On 

NOTE 

Temporarily select CH 2 to set CH 2 VOLTS/DIV. 

CH 1 , CH 2 VOLTS/DIV 2 mV 
CH 1 and CH 2 

Input Coupling 1 Mfl DC 

A SEC/DIV 200 mS (knob in) 

TRIGGER MODE AUTO LVL 

SOURCE VERT 

COUPLING HF REJ 

b. Connect a 1 kHz, 1 mV standard-amplitude signal 
from the Calibration Generator to the CH 2 input connec- 
tor via a 50-fi BNC cable. 



i. Set the CH 1 VOLTS/DIV to 10 mV. 



j. CHECK— The baseline of the display is within 2 divi- 
sions of the ground reference set above (discount trace 
width). 



11. Check BW Limit Operation. 

a. Set: 



CH 1 VERTICAL MODE Off 

CH 2 VERTICAL MODE On 

BW LIMIT On 

A SEC/DIV 50 ms (knob in) 

CH 2 VOLTS/DIV 10mV 



b. Connect the Primary Leveled Sine-Wave Generator 
output to the CH 2 input connector via a precision 50 fi 
BNC cable. 



c. Connect the CH 2 signal from the rear-panel CH 2 
SIGNAL OUT connector to the CH 1 OR X input connec- 
tor via a precision 50 ft BNC cable. 



d. CHECK— Display amplitude is 4.5 to 5.5 divisions 
(discount trace width). 



e. Set CH 2 Input Coupling to GND and align the trace 
with the center graticule line. 



c. Set the generator frequency to 50 kHz and adjust 
the output level for a 6-division display on the CRT. 



d. Gradually increase the generator output frequency 
until the display amplitude decreases to 4.24 divisions. 



e. CHECK— Generator frequency is between 13 MHz to 
24 MHz. 



f. Turn BW LIMIT off. 



f. CHECK — Trace noise is 1.2 divisions peak-to-peak 
or less. 



g. Disconnect the test setup. 
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TRIGGERING 



Equipment Required (see Table 4-1) 




Primary Leveled Sine-Wave Generator (Item 2) 


50 Q BNC Cable (4 required) (Item 10) 


Secondary Leveled Sine-Wave Generator (Item 4) 


Dual-Input Coupler (Item 11) 


Function Generator (Item 5) 


50 Q BNC Termination (2 required) (Item 12) 


10X Probe (supplied with 2465BCT/2467BCT) (Item 7) 


Subminitiare Probe Tip-to-BNC Adapter (Item 13) 


T-Connector (2 required) (Item 8) 


10X Attenuator (Item 18) 


Precision 50 Q BNC Cable (Item 9) 


Adapter (Item 25) (2 Required) 



Initial Control Settings. 

Control settings not listed do not affect the procedure. 

a. Set: 



Delta 

At and AV 

TRACKING 



Off (press and release 
until associated readout 
is off) 
Off 



NOTE 

Select channels to set VOLTS/DIV. 

VOLTS/DIV 

CH 1 100 mV 

CH 2 500 mV 

CH 1 and CH 2 VAR In detent 

CH 3 and CH 4 0.5 V 



Trigger 

HOLDOFF 

LEVEL 

SLOPE 

MODE 

SOURCE 

COUPLING 



B ENDS A (fully CW) 

Midrange 

+ (plus) 

AUTO LVL 

VERT 

DC 



1. Check A and B Triggers. 



VERTICAL MODE 

CH 1 

CH 2, CH 3, CH 4, 

ADD and INVERT 

CHOP/ALT 

20 MHz BW LIMIT 



Input Coupling 

CH 1 and CH 2 

Horizontal 

A SEC/DIV 
SEC/DIV VAR 
X10MAG 
TRACE SEP 



On 

Off 

ALT 

Off 



1 Mil DC 



2 ms (knob in) 
In detent 
Off 

Fully CW 



NOTE 

The Trigger Level Readout Accuracies are checked 
in the Vertical Performance Checks. 



a. Refer to Table 4-5 to determine what the A Trigger 
requirements are and at what frequencies various checks 
are made. 



b. Using a 50 BNC cable, connect one of the follow- 
ing test generators to the CH 1 input connector. Select the 
generator that produces the proper frequency range for 
the conditions being tested as called out in Tables 4-5 and 
4-6. When using the leveled sine-wave generators (items 2 
and 3 below), the output must be terminated into 50Q 
(either the 50 Q input coupling or a 50 fi termination may 
be used). 
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1 . Function Generator (60 Hz, 30 kHz and 80 kHz) 



2. Primary Leveled Sine-Wave Generator (50 MHz) 



3. Secondary Leveled Sine-Wave Generator 
(500 MHz) 

NOTE 

To obtain signal amplitudes less than 1 
division, first set the signal for either 4, 5, 
or 10 times the specified amplitude, then 
reduce the amplitude by a factor of 4, 5, or 
10 by increasing the VOLTS/DIV settings 
as necessary. 

c. For each combination listed in the table, set the gen- 
erator Test Frequency and the oscilloscope TRIGGER 
COUPLING as indicated, performing the following steps to 
verify the Triggering levels in each setup. 



d. Set the VOLTS/DIV and the generator output level to 
obtain the test signal amplitude indicated for the particular 
combination being tested. When checking channel 1 and 
channel 2 500 MHz triggering, also adjust the VOLTS/DIV 
VAR for the correct input level. 



e. Set the A SEC/DIV and the X10 MAG to obtain a 
well-defined display of the test signal. 



NOTE 

Normally, unless trigger sensitivity is very close to 
the specified limits, it is sufficient to check each of 
the indicated frequency-coupling combinations listed 
in the table in Channel 1 only; checks for Channels 
2, 3 and 4 need only be done in DC COUPLING (to 
verify signal path). 



f. CHECK— For a stable triggered display (unless other- 
wise indicated) for each of the Test Frequency-TRIGGER 
COUPLING combinations listed in Table 4-5. When testing 
the 300 MHz triggering, check that trigger jitter is 
< 100 ps (0.2 division at 5 ns/div with X10 MAG), with 5 
divisions of signal and TRIGGER LEVEL adjusted for 
minimum jitter. 



g. Press the ADD button to select the function and 
press the CH 1 button to turn off the CH 1 display. 



h. Repeat the DC TRIGGER COUPLING tests of Table 



Table 4-5 
CH 1 or CH 2 Triggering Conditions 



Test 
Fre- 
quency 


Minimum Vertical Display Levels at Which 
Triggering Should Occur 


TRIGGER COUPLING 




DC 


NOISE 
REJ 


HF REJ 


LF REF 


AC 


60 Hz 


a 


a 


a 


No 
Trigger, 
Freeruns 


0.35 
Div 


30 kHz 


a 


a 


0.35 
Div 


a 


a 


80 kHz 


a 


a 


a 


0.35 
Div 


a 


50 MHz 


0.35 
Div 


1.2 
Div 


No Trigger, 
Free runs 
at 1.2 Div 


0.35 
Div 


0.35 
Div 


300 MHz 


1.0 
Div 


3.0 
Div 


No Trigger, 
Freeruns 
at 3.0 Div 


1.0 
Div 


1.0 

Div 


500 MHz 


1.5 
Div 


4.5 
Div 


a 


1.5 
Div 


1.5 
Div 



■Not necessary to check. 



4-5 while in the ADD mode, adding 0.5 DIV to the 300 and 
500 MHz amplitudes. 



i. Move the signal to the CH 2 input connector and 
repeat step h for CH 2. 



j. Press the CH 2 button to select the channel and 
press the ADD button to turn off the ADD display. 



k. Repeat the DC TRIGGER COUPLING tests of Table 
4-5 while in CH 2 mode. 



I. If trigger sensitivity is close to the specified limits 
given in steps c through k above, test all of the 
frequency-coupling combinations given in Table 4-5 for 
CH 2. 



m. Move the test signal to CH 3 and CH 4 in turn and 
repeat parts c through f using Table 4-6. 
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Table 4-6 
CH 3 or CH 4 Triggering Conditions 



Minimum Vertical Display Levels at Which 
Triggering Should Occur 



TRIGGER COUPLING 





DC 


NOISE 


HF REJ 


LF REF 


AC 


60 Hz 


a 


a 


a 


No 
Trigger, 
Freeruns 


0.18 
Div 


30 kHz 


a 


a 


0.25 
Div 


a 


a 


80 kHz 


a 


a 


a 


0.25 
Div 


a 


50 MHz 


0.18 
Div 


0.6 
Div 


No Trigger, 
Freeruns 
at 0.6 Div 


0.18 
Div 


0.18 
Div 


300 MHz 


0.5 
Div 


1.5 
Div 


No Trigger, 
Freeruns 
at 1 .5 Div 


0.5 
Div 


0.5 
Div 


500 MHz 


0.75 
Div 


2.25 
Div 


a 


0.75 
Div 


0.75 
div 



"Not necessary to check. 



n. Set: 

TRIGGER MODE 
TRIGGER LEVEL 



AUTO 

Fully clockwise 



p. Verify that the CRT readout displays DLY and not 
At. If At is displayed, press the At button in and release it 
to select the DLY function. When DLY is displayed, rotate 
the A REF OR DLY POS control CCW until the readout 
display indicates zero delay. (The display will indicate 
DLY?, which is normal.) 



q. Press the A/B TRIG button to select the B 
TRIGGER. 



r. Set B TRIGGER MODE to TRIG AFT DLY and adjust 
TRIGGER LEVEL for a stable signal display. 



s. Repeat parts a through m for B TRIGGER, changing 
the SEC/DIV and X10 MAG as required to maintain a 
well-defined display. 



t. Disconnect the test setup. 



2. Check Composite Triggering. 

a. Set: 



CH 1 , CH 2, CH 3, 

CH 4 VERTICAL MODE 

ADD 

CHOP/ALT 
CH 1 and CH 2 
Input Coupling 
A/B TRIG TRIGGER 
TRIGGER MODE 
TRIGGER SOURCE 
TRIGGER COUPLING 
A SEC/DIV 



On 
Off 
ALT 

1 Mfi DC 
A 

NORM 
CH 1 
DC 

10 /ts (knob in) 



o. Pull the SEC/DIV knob out and set the B SEC/DIV 1 
setting (CW) faster than the A SEC/DIV setting, then push 
the SEC/DIV knob back in. 



b. Connect the Function Generator to the CH 1 and 
CH 2 inputs via a 50 Q BNC cable and a Dual-Input 
Coupler. 



NOTE 

On CTT instruments, rotate the A REF OR DLY 
POS control for the specified delay. As the control is 
rotated, the readout delay value will be followed by 
the word "SET". This value shows the approximate 
delay. A few seconds after control movement has 
stopped, the word "SET" will disappear and the 
readout delay value as measured by the CTT will 
appear. This is normal operation and not cause for 
concern. 



c. Set the Function Generator for a 50 kHz, 1 .35- 
division display for CH 1 and CH 2. 



d. Connect the Primary Leveled Sine-Wave Generator 
to the CH 3 input connector using a 50 Q BNC cable and a 
50 fi termination. 



e. Set TRIGGER SOURCE to CH 3. 
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f. Set the generator output level for a 0.7-division 
display at the reference frequency (50 kHz). 



3. Check Trigger Noise Rejection — All Channels. 

a. Set: 



g. Connect the Secondary Leveled Sine-Wave Genera- 
tor to the CH 4 input using a BNC cable and a 50 Q 
termination. 



NOTE 

Select channels to set VOLTS/DIV. 



h. Set TRIGGER SOURCE to CH 4. 



i. Set the generator output level for a 0.7-division 
display at the reference frequency. 



j. Set TRIGGER SOURCE to VERT. 



k. CHECK— Display will trigger as the TRIGGER 
LEVEL control is rotated through its range. 



CH 1 VOLTS/DIV 5 mV 

CH 2 VOLTS/DIV 50 mV 

CH 3, CH 4 VOLTS/DIV 0.1 V 

CH 1 VERTICAL MODE On 
CH 2, CH 3, CH 4 

VERTICAL MODE Off 
CH 1 and CH 2 

Input Coupling 1 MQ DC 

ASEC/DIV 10 ms (knob in) 

TRIGGER MODE AUTO LVL 

TRIGGER SOURCE VERT 



I. Pull the SEC/DIV knob out, rotate it to 5 us, and push 
it back in. 



b. Connect the Function Generator to the CH 1 input 
via a 50 12 BNC cable and a 10X attenuator. 



m. Press the A/B TRIG button and set the B TRIGGER 
MODE to TRIG AFT DLY. 



c. Set the Function Generator output frequency and 
level for a 50-kHz, 4-division display. 



n. Set B TRIGGER SOURCE to VERT. 



d. Set the CH 1 VOLTS/DIV to 50 mV. 



NOTE 

On CTT Instruments, rotate the A REF OR DLY 
POS control for the specified delay. As the control is 
rotated, the readout delay value will be followed by 
the word 'SET". This value shows the approximate 
delay. A few seconds after control movement has 
stopped, the word "SET" will disappear and the 
readout delay value as measured by the CTT will 
appear. This is normal operation and not cause for 
concern. 



o. Rotate the A REF OR DLY POS control CCW until 
the delay readout indicates DLY? 0.00 ms. 



e. Set the TRIGGER COUPLING to NOISE REJ. 



f. CHECK— Display will not trigger (freeruns). 



g. Pull the SEC/DIV knob out, rotate it to 5 »s and 
push it back in. 



h. Press the A/B TRIG button to select the B 
TRIGGER. 



i. Set the TRIGGER MODE to B TRIG AFT DLY. 



p. CHECK— Display will trigger as the TRIGGER 
LEVEL control is rotated through its range. 



j. Set TRIGGER COUPLING to NOISE REJ. 



q. Rotate the SEC/DIV knob back to 10 pS (knob in). 



k. CHECK— Display will not trigger for any setting of 
the LEVEL control. 



r. Disconnect the test setup. 



I. Rotate the SEC/DIV back to 10 us (knob in). 
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m. Move the input signal to CH 2, CH 3, and CH 4 in 
turn, selecting each channel as the display source. Repeat 
parts f through k for each channel. 



4. Check Slope Selection and Verify Line Trigger. 

a. Set: 



CH 1 VERTICAL MODE 
CH 2, CH 3, CH 4 
VERTICAL MODE 
A SEC/DIV 
X10 MAG 
TRIGGER MODE 
TRIGGER SOURCE 
TRIGGER COUPLING 
CH 1 VOLTS/DIV 
CH 1 Input Coupling 



On 
Off 

2 ms (knob in) 
Off 

AUTO 
LINE 
AC 
5 V 

1 Mfl DC 



I CAUTION < 

In the next part, DO NOT connect the probe 
ground lead to the ac power source. 

b. Attach the 10X probe to the CH 1 OR X input con- 
nector and connect the probe tip to the ac power source. 



c. CHECK — Display can be triggered in both the + 
(plus) and - (minus) positions of the SLOPE switch using 
the TRIGGER LEVEL control and that the displayed slope 
agrees with the selected slope. 



d. CHECK— Display phase shifts slightly as 
TRIGGER COUPLING is changed from AC to DC. 



e. Disconnect the test setup. 



the 
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HORIZONTAL 



Equipment Required (see Table 4-1) 




Primary Leveled Sine-Wave Generator (Item 2) 


Precision 50 Q BNC Cable (2 required) (Item 10) 


Calibration Generator (Item 3) 


Dual Input Coupler (Item 11) 


Time-Mark Generator (Item 6) 


Pulse Generator (Item 24) 


T-Connector (Item 8) 





Initial Control Settings. 

Control settings not listed do not affect the procedure. 

Set: 

NOTE 

Select channels to set VOLTS/DIV. 



VOLTS/DIV 

CH 1 and CH 2 
CH 1 VAR 
CH 3 and CH 4 

VERTICAL MODE 

CH 1 

CH 2, CH 3, CH 4, 

ADD, and INVERT 

CHOP/ALT 

20 MHz BW LIMIT 

Input Coupling 

CH 1 and CH 2 



Horizontal 

A SEC/DIV 
SEC/DIV VAR 
X10 MAG 
TRACE SEP 



Delta 

AV and At 

TRACKING 



0.5 V 
In detent 
0.1 V 



On 



Off 

ALT 

Off 



50 Q DC 



200 ns (knob in) 
In detent 
Off 

Fully CW 



Off (press and release 
until associated readout 
is off) 
Off 



Trigger 

HOLDOFF 

LEVEL 

SLOPE 

MODE 

SOURCE 

COUPLING 



B ENDS A 
Midrange 
+ (plus) 
AUTO LVL 
VERT 
DC 



1. Check Horizontal Display Modes (A, A INTEN, 
ALT, and B). 

a. Use a 50 SI BNC cable to connect 200 ns time mark- 
ers from the Time-Mark Generator to the CH 1 OR X input 
connector. 



b. Adjust the TRIGGER LEVEL control as necessary for 
a stable signal display. 



c. Pull the SEC/DIV knob out and set the B TRIGGER 
MODE to RUN AFT DLY. 



NOTE 

On CTT instruments, rotate the A REF OR DLY 
POS control for the specified delay. As the control is 
rotated, the readout delay value will be followed by 
the word "SET". This value shows the approximate 
delay. A few seconds after control movement has 
stopped, the word "SET" will disappear and the 
readout delay value as measured by the CTT will 
appear. This is normal operation and not cause for 
concern. 



d. Set the A REF OR DLY POS control for a DLY 
readout of approximately 1000 ns. 



e. VERIFY — An intensified zone appears on the 
displayed signal near graticule center. The INTENSITY 
control may need adjustment. 
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f. Rotate the A REF OR DLY POS control to center the 
intensified zone on one of the time markers near graticule 
center. 

g. Set the B SEC/DIV to 50 ns (knob out). 

h. Rotate the TRACE SEP control CCW to separate 
the A and B sweep displays. 

i. CHECK— The B sweep is displayed with the A 
sweep. 

j. Push the SEC/DIV knob in. 

k. CHECK— Only the B sweep is displayed. 



2. Check A and B Timing, A Cursor Accuracies, 
and A Cursor Range. 

a. Set: 



A SEC/DIV 5 ns (knob in) 

TRACE SEP Fully CW 

At On (press and release 

for At display) 

b. Select 5 ns time markers from the Time-Mark Gen- 
erator and adjust the TRIGGER LEVEL control for a stable 
display. 

c. Use the Horizontal POSITION control to align the 
2nd time marker with the 2nd vertical graticule line (2nd 
from the left edge of the display). 



NOTE 

The 2 ns and the 5 ns time markers are sinusoidal. 
Use either the rising or failing zero-crossings as 
alignment points. 

d. Align the A REF OR DLY POS cursor with the 2nd 
time marker and align the A cursor with the 10th time 
marker. 

e. CHECK— The A Sweep timing and cursor readout 
accuracies are within the limits given in Tables 4-7 
and 4-8. 

NOTE 

If the 2nd and 10th time markers are within 0.06 
division of the 2nd and 10th vertical graticule lines 
for unmagnified sweeps and within 0.1 division for 
magnified sweeps, the sweep timing accuracy is con- 
servatively within limits. When the timing accuracy is 
checked at each sweep speed, note any SEC/DIV 
setting at which the timing error exceeds the 0.06- 
division limit. Check these sweep speeds against the 
major-division time-interval limits given in Table 4-8. 

NOTE 

For SEC/DIV settings of 5 ns and 10 ns, the time- 
marker period is greater than 1 division when the 
sweep is magnified. At 500 ps per division (SEC/DIV 
setting of 5 ns with X10 MAG), input the signal 
through a dual input coupler to CH 1 and CH 2. 
Select CH 1, CH 2, and CH 2 INVERT. Set the CH 1 
and CH 2 VOLTS/DIV settings for a 6 division signal. 
Center the waveforms. Check for 2 cycles between 
the 2nd and 10th vertical graticule lines (within 0.1 
division) at the intersections of the waveforms. For 
1 ns per division, check for 4 cycles between the 2nd 
and 10th vertical graticule lines (0. 1 division). 

f. Repeat parts c, d, and e for each A SEC/DIV-time 
marker combination given in Table 4-7 for both 
unmagnified and magnified sweeps. 
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Table 4-7 

Settings for A and B Timing Accuracy Checks 
and A Cursor Accuracy Limits 



SEC/ 


Unmagnified 


X10 


DIV 


Time 


Limits of At Cursor 


Time 


Limits of At Cursor 


Setting 


Markers 


Readout 


Markers 


Readout 


5 ns 


5 ns 


39.65 ns to 40.35 ns 


2 ns 


3.94 ns to 4.06 ns 








4 Div/cycle 


(2 cycles) 


10 ns 


10 ns 


79.30 ns to 80.70 ns 


2 ns 


7.89 ns to 8.11 ns 








2 Div/cycle 


(4 cycles) 


0(\ nc 
c\J iIS 


20 ns 


158.60 ns to 161.40 ns 


2 ns 


15.78 nsto 16.22 ns 


Cfi no 

ov ns 


50 ns 


396.5 ns to 403.5 ns 


5 ns 


39.45 ns to 40.55 ns 




0.1 us 


793.0 ns to 807.0 ms 


10 ns 


78.90 nsto 81.10 ns 


tUU IIS 


0.2 us 


1586.0 nsto 1614.0 ns 


20 ns 


157.80 nsto 162.20 ns 


cnn nc 

OUU IIS 


0.5 ms 


3965 ns to 4035 ns 


50 ns 


394.5 ns to 405.5 ns 


1 /lb 


1 fiS 


7.930 ms to 8.070 ms 


0.1 MS 


789.0 nsto 81 1.0 ns 


nC 

£ /IS 


2 MS 


15.860 ms to 16.140 ms 


0.2 ms 


1578.0 nsto 1622.0 ns 


3 JUS 


5 MS 


39.65 ms to 40.35 ms 


0.5 ms 


3945 ns to 4055 ns 


1 fi nC 

■ u /is 


10 MS 


79.30 ms to 80.70 ms 


1 MS 


7.890 ms to 8.110 ms 


on ..e 
tU /IS 


20 ms 


158.60 ms to 161.40 ms 


2 MS 


15.780 ms to 16.220 ms 


ifC 

3u /£S 


50 ms 


396.5 ms to 403.5 ms 


5 MS 


39.45 ms to 40.55 ms 


I UU /iS 


100 MS 


793.0 ms to 807.0 ms 


10 MS 


78.90 ms to 81.10 ms 


onn nc 

£UU /iS 


200 ms 


1586.0 ms to 1614.0 ms 


20 ms 


157.80 ms to 162.20 ms 


3UU JUS 


500 ms 


3965 ms to 4035 ms 


50 ms 


394.5 ms to 405.5 ms 


1 INS 


1 ms 


7.930 ms to 8.070 ms 


100 MS 


789.0 ms to 811.0 ms 


mc 
t illS 


2 ms 


15.860 ms to 16.140 ms 


200 ms 


1578.0 ms to 1622.0 ms 


5 ms 


5 ms 


39.65 ms to 40.35 ms 


500 ms 


3945 ms to 4055 ms 


i u ins 


10 ms 


79.30 ms to 80.70 ms 


1 ms 


7.890 ms to 8.110 ms 


20 ms 


20 ms 


158.60 ms to 161.40 ms 


2 ms 


15.780 ms to 16.220 ms 


50 ms 


50 ms 


396.5 ms to 403.5 ms 


5 ms 


39.45 ms to 40.55 ms 


A SEC/DIV ONLY 


(B Sweep does not have these sweep speeds) 


100 ms 


0.1 s 


793.0 ms to 807.0 ms 


10 ms 


78.90 ms to 81.10 ms 


200 ms 


0.2 s 


1578.0 ms to 1622.0 ms 


20 ms 


157.00 ms to 163.00 ms 


500 ms 


0.5 s 


3945 ms to 4055 ms 


50 ms 


392.5 ms to 407.5 ms 
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Table 4-8 

Horizontal Timing Accuracy Checked Against the Graticule 





Over Any 






1 Div 


2 Div 


3 Div 


4 Div 


5 Div 


6 Div 


7 Div 


8 Div 


9 Div 


10 Div 


Time-marker Accuracy 
(X10 MAG off) 


±0.07 
Div 


±0.07 
Div 


±0.08 
Div 


±0.09 
Div 


±0.10 
Div 


±0.10 
Div 


±0.11 
Div 


±0.12 
Div 


±0.12 
Div 


±0.13 
Div 


Time-marker Accuracy 
(X10 MAG on) 
(Exclude first 0.5 division 
of sweep rate) 


±0.07 
Div 


±0.08 
Div 


±0.1 
Div 


±0.11 
Div 


±0.12 
Div 


±0.13 
Div 


±0.14 
Div 


±0.16 
Div 


±0.17 
Div 


±0.18 
Div 


As Measured Against These Time- 
Marker Pairs (X10 MAG off only) 


1-2 


1-3 


1-4 


1-5 


1-6 


1-7 


1-8 


1-9 


1-10 


1-11 


2-3 


2-4 


2-5 


2-6 


2-7 


2-8 


2-9 


2-10 


2-11 




3-4 


3-5 


3-6 


3-7 


3-8 


3-9 


3-10 


3-11 




4-5 


4-6 


4-7 


4-8 


4-9 


4-10 


4-11 




5-6 


5-7 


5-8 


5-9 


5-10 


5-11 




6-7 


6-8 


6-9 


6-10 


6-11 




7-8 


7-9 


7-10 


7-11 




8-9 


8-10 


8-11 




9-10 


9-11 




10-11 





g. Rotate the A REF OR DLY POS control CCW until 
the cursor stops moving. 



h. CHECK— A REF OR DLY POS cursor aligns with the 
1 st graticule line within 0.2 division. 

i. Rotate the A control CW until the cursor stops 
moving. 

j. CHECK— A cursor aligns with the 11th graticule line 
within 0.2 division. 



k. Set the A SEC/DIV to 10 ns. 



I. Rotate the A REF OR DLY POS and the A controls to 
precisely superimpose the cursors near the 2nd graticule 
line. 

m. CHECK— At readout indicates a difference of 
0.30 ns or less. 
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n. Rotate the A REF OR DLY POS and the A controls 
to precisely superimpose the cursors near the 10th grati- 
cule line. 

o. CHECK— At readout indicates a difference of 0.30 ns 
or less. 



p. Set: 

B SEC/DIV 5 ns (knob in) 

B TRIGGER MODE RUN AFT DLY 

X10 MAG Off 

At Off (DLY) 

A REF OR DLY POS Set for zero delay 

NOTE 

On CTT instruments, rotate the A REF OR DLY 
POS control for the specified delay. As the 
control is rotated, the readout delay value will be 
followed by the word "SET". This value shows 
the approximate delay. A few seconds after con- 
trol movement has stopped, the word "SET" will 
disappear and the readout delay value as meas- 
ured by the CTT will appear. This is normal 
operation and not cause for concern. 
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q. CHECK — The B sweep timing accuracy as in parts b 
through f, making sure that the A SEC/DIV is set slower 
than the B SEC/DIV. 



2. Select COUNTER ("4") from menu. 



3. Select PERIOD ("2") from menu. 



3. Check Delta Time Accuracy using the Delayed 
Sweep. 

a. Set: 



A SEC/DIV 
B SEC/DIV 
X10MAG 
At 

TRIGGER MODE 
TRIGGER SOURCE 
TRIGGER COUPLING 
TRIGGER SLOPE 
TRIGGER LEVEL 

B TRIG MODE 



10 ns 

5 ns (knob out) 
On 

Off (DLY readout) 
AUTO LVL 
VERT 
DC 

+ (plus) 

As required for a 
stable display 
RUN AFT DLY 



NOTE 



Certain time marks from the TG 501 (and other 
Time-Mark Generators) will vary in width and may 
be displaced in time. This will happen in a repeat- 
able sequence and is caused by the loading and 
interaction of the 2, 5, and 10 dividers. This is 
most noticeable with 10 ns, 20 ns, and 50 ns 
markers. The following procedure will use the 
above markers to set up the proper references 
but the 5 ns markers will be used to make the 
actual measurement. Close inspection of apparent 
jitter or mistrigger of the time marks will show the 
trigger point to be stable with the apparent jitter 
to be variable with unique combinations of trigger 
holdoff and sweep speed. This is normal behavior 
with this type of signal and is not an instrument 
defect. 



The CTT period readout will appear on the left side of 
the upper line of readout. The word "SET" will appear next 
to the readout delay value. This denotes the indirect mea- 
surement mode of Delta Time, simulating a non-CTT 
scope. 



b. Set the Time-Mark Generator for 10 ns markers. 
Adjust the Vertical VOLTS/DIV as required for a display of 
3 to 6 divisions. 



c. Adjust the A REF OR DLY POS control for a readout 
display of DLY 10.64 ns. 



d. Adjust the Horizontal POSITION control CW until the 
trace stops moving, then CCW to display the leading edge 
of the 2nd time marker near the graticule center. This 
becomes the reference point for the following procedure. 
Set the Time-Mark Generator to 5 ns and adjust the Verti- 
cal VOLTS/DIV and Trigger LEVEL as required. 



It is not necessary to count the number of marks given 
in the tables. Switching to 10 ns, 20 ns, or 50 ns markers 
as required and then to 5 ns will show the proper 5 ns 
mark to be used. 



e. Press and release the At button to obtain the At 
display. Push in the SEC/DIV knob for B SWP only. 
Rotate the A control for a readout display of At 
-10.64 ns. If the time marks are not superimposed, adjust 
the A control to do so. 



For CTT instruments, use the following setup of the 
CTT while performing the Delta Time performance check. f- CHECK— At readout is within the limits listed in Table 

4-9 for the 1st 5 ns time marker; then check that the 3rd 
through 19th time markers are within the given limits as 
1. Push the MEASURE button to enter MENU the A control is rotated CW to superimpose every second 
mode. time marker on the reference time marker. 
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NOTE 

Correct time marks to superimpose on the reference 
marker can be easily found by noting the Delta Time 
Readout. 



g. Set: 

A SEC/DIV 
B SEC/DIV 
X10 MAG 
At 



20 ns 

5 ns (knob out) 
ON 

Off (DLY readout) 



h. Set the Time-Mark Generator for 20 ns time markers 
and adjust the A REF OR DLY POS control for a readout 
display of DLY 21.25 ns. 



i. Position the leading edge of the 2nd time marker near 
graticule center using the Horizontal POSITION control. 
Set the Time-Mark Generator to 5 ns and adjust the Verti- 
cal VOLTS/DIV and Trigger LEVEL as required. 

j. Press and release the At button to obtain a At 
display. Push in the SEC/DIV knob for B sweep only. 
Adjust the A control for a readout display of At —20.00 ns. 
If the time markers are not superimposed, adjust the A 
control to do so. 



k. CHECK— At readout is within the limits listed in 
Table 4-9 for the first 5 ns time marker; then check that 
the 9th and 37th time markers are within the given limits 
as the A control is rotated CW to superimpose each time 
marker on the reference time marker. 



I. Set: 



Table 4-9 
Delta Time Display Accuracy 



A SEC/DIV 
B SEC/DIV 
X10 MAG 
At 



50 ns 

5 ns (knob out) 
ON 

Off (DLY readout) 



Time- 








Marker 




Marker 




Period 




Super- 




and A 


BSEC/ 


imposed 




SEC/DIV 


DIV 


using the 




Switch 


Switch 


A (Delta) 


Delta Time Readout 


Setting 


Setting 


Control 


Accuracy Limits 


10 ns 


500 ps a 


1st 


-9.68 ns to -10.32 ns 






3rd 


-0.30 ns to 0.30 ns 






5th 


9.68 ns to 10.32 ns 






7th 


19.64 ns to 20.36 ns 






9th 


29.62 ns to 30.38 ns 






11th 


39.58 ns to 40.42 ns 






13th 


49.56 ns to 50.44 ns 






15th 


59.52 ns to 60.48 ns 






17th 


69.50 ns to 70.50 ns 






19th 


79.46 ns to 80.54 ns 


20 ns 


500 ps a 


1st 


-19.55 ns to -20.45 ns 






9th 


19.55 ns to 20.45 ns 






37th 


159.15 ns to 160.85 ns 


50 ns 


500 ps a 


1st 


-49.2 ns to -50.8 ns 






21st 


49.2 ns to 50.8 ns 






91st 


398.1 ns to 401.9 ns 



m. Set the Time-Mark Generator for 50 ns time mark- 
ers and adjust the A REF OR DLY POS control for a 
readout display of DLY 53.2 ns. 



n. Position the leading edge of the 2nd time marker 
near graticule center using the Horizontal POSITION con- 
trol. Set the Time-Mark Generator to 5 ns and adjust the 
Vertical VOLTS/DIV and Trigger LEVEL as required. 



o. Press and release the At button to obtain a At 
display. Push in the SEC/DIV knob for B sweep only. 
Adjust the A control for a readout display of At -50.00 ns. 
If the time markers are not superimposed, adjust the A 
control to do so. 



p. CHECK — At readout is within the limits listed in 
Table 4-9 for the first 5 ns time marker; then check that 
the 21st and 91st time markers are within the given limits 
as the A control is rotated CW to superimpose each time 
marker on the reference time marker. 



•5 ns with X10 MAG on. 



q. Set: 

TRACKING/INDEP 
A SEC/DIV 
B SEC/DIV 
X10MAG 



TRACKING 
100 ns 

10 ns (knob out) 
On 
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r. Select 0.1 us time markers from the Time-Mark 
Generator. 



s. Adjust the A and A REF OR DLY POS controls for a 
At readout display of 800.0 ns. 



t. Adjust the Horizontal POSITION control to align the 
leading edge of the 2nd time marker on the A sweep with 
the 2nd vertical graticule line. 



u. Rotate the TRACE SEP control CCW to separate 
the traces. 



v. Adjust the A REF OR DLY POS control to intensify 
the 2nd and 10th time markers (of the A sweep) and 
display the leading edges of the displayed B sweep time 
markers in the center area of the graticule. 



w. VERIFY — The horizontal distance between the lead- 
ing edges of the B sweep time markers is within the con- 
servative guideline listed in Table 4-10. If this guideline is 
met, accuracy between each marker is ensured, and the 
following CHECK step need not be performed. 



x. CHECK — The horizontal distance between the lead- 
ing edges of the B sweep time markers is within the 
specified limits given in Table 4-10. The limit given is for 
separation between the 2nd and 10th marker; however, 
separation between the 2nd marker and each succeeding 
marker should also be checked, calculating the limits from 
the specification as listed at the top of the table. 

NOTE 

To easily maintain the A SWP and B SWP difference 
while testing Delta Time, use the following method: 

1. Starting with the 0.5 us test in Table 4-9 (X10 
MAG off), turn TRACKING off. 



2. Press and hold the TRACKING button, then 
push the SEC/DIV knob in. This will lock the 
sweeps together at that difference. 



3. Pull the SEC/DIV knob out. 

The fastest sweep speed at which the X100 difference 
is maintained is with an A SEC/DIV of 500 ns and a B 
SEC/DIV of 5 ns, after which only the A sweep speed 



Table 4-10 
Delayed Sweep Delta Time Accuracy 







Displayed Separation of 






Delayed Time Markers 






(for 2nd and 10th markers) 








Specified 








Limit: 








(0.3% time) 








interval 








+0.1% of 


A SEC/DIV 


B SEC/DIV 


WUII361 f QUI V 


full scale- 


and Time 


as Displayed 


Guideline 


divisions 


Markers 


on Readout 


/divisions) 


+ 200 ps 


AH <- 

0.1 jiS 


1 ns a 


2.4 


3.4 


AO « 


2 ns a 


2.4 


3.4 


a c 

0.5 jus 


o ns" 


2.4 


3.4 


1 /iS 


10 ns b 


2.4 


3.4 


2 MS 


20 ns 


2.4 


3.4 


C r% 

5 fiS 


50 ns 


2.4 


3.4 


10 /iS 


100 ns 


2.4 


3.4 


OA a 

20 fi$ 


200 ns 


2.4 


3.4 


C A n 

50 nS 


500 ns 


2.4 


3.4 


o.i ms 


1 flS 


2.4 


3.4 


0.2 ms 


2 fis 


2.4 


3.4 


A C MA 

0.5 ms 


O pS 


2.4 


3.4 


l ms 


(U fiS 


2.4 


3.4 


2 ms 


20 nS 


2.4 


3.4 


5 ms 




2.4 


3.4 


10 ms 


100 fis 


2.4 


3.4 


20 ms 


200 jus 


2.4 


3.4 


50 ms 


500 jus 


2.4 


3.4 


0.1 s 


1 ms 


2.4 


3.4 


0.2 s 


2 ms 


6.4 


7.4 


0.5 s 


5 ms 


6.4 


7.4 



«X10 MAG On. 

"For remainder of Table, turn X10 MAG off. 



will change with the SEC/DIV knob. Push TRACKING 
to unlock this setup. 



y. Repeat part w (and x if necessary) for each combina- 
tion of A SEC/DIV, B SEC/DIV, and X10 MAG settings 
listed in Table 4-9. The At readout should be set to indi- 
cate eight times the A SEC/DIV setting. At the slowest 
sweep speeds, the B SEC/DIV knob can be pushed in (in 
B Sweep only) to increase the display repetition rate. 
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PARAMETRIC MEASUREMENTS CHECK 



Initial Control Settings. 

Control settings not listed do not affect the procedure. 



VERTICAL MODE 

CH 1 On 
CH 2, 3, 4 Off 



Input Coupling 

CH 1 50 Q DC 



1. Check Timing Accuracy 

NOTE 

All Parametric timing measurements are derived from 
the same timing ramps as the period measurements. 
Verification of the period measurements provides 
verification of all timing measurements. 



a. Connect Time Mark generator to CH 1 OR X input of 
the oscilloscope under test. 

b. For each entry in Table 4-1 1 : 



1 . Set Time Mark generator as indicated. 

2. Press MEASURE. 

3. Select FREQ from menu. 

4. Verify resulting period measurement is within lim- 
its shown in Table 4-1 1 . 

NOTE 

If the 50 ns period is out of limits shown on 
Table 4-11, perform step 2 (50 ns Timing Accuracy 
Verification) below. 



c. Disconnect Time Mark generator. 



2. 50 ns Timing Accuracy Verification 

NOTE 

Some Time Mark generators have jitter at the 50 ns 
setting which may produce an erroneous period 
reading. Use the following procedure to verify the 
50 ns period measurement. 



Table 4-11 
Parametric Measurement Period Checks 



Time Mark 


Minimum 


Maximum 


Time Mark 


Minimum 


Maximum 


Setting 


Period 


Period 


Setting 


Period 


Period 


2 ns 


1 .49 ns 


2.51 ns 


20 ms 


19.90 ms 


20.10 fis 


5 ns 


4.48 ns 


5.52 ns 


50 ms 


49.75 ms 


50.25 ms 


10 ns 


9.45 ns 


10.55 ns 


100 MS 


99.50 ms 


100.5 ms 


20 ns 


19.40 ns 


20.40 ns 


200 ms 


199.0 ms 


201 .0 ms 


50 ns 


49.25 ns 


50.75 ns a 


500 ms 


497.5 ms 


502.5 ms 


100 ns 


99.0 ns 


101.0 ns 


1 ms 


995.0 ms 


1 .005 ms 


200 ns 


198.5 ns 


201 .5 ns 


2 ms 


1 .990 ms 


2.010 ms 


500 ns 


497.0 ns 


503.0 ns 


5 ms 


4.975 ms 


5.025 ms 


1 MS 


994.5 mS 


1 .005 ms 


10 ms 


9.950 ms 


10.05 ms 


2 /xS 


1 .989 mS 


2.011 ms 


20 ms 


19.90 ms 


20.10 ms 


5 MS 


4.975 mS 


5.025 ms 


50 ms 


49.75 ms 


50.25 ms b 


10 MS 


9.950 mS 


10.05 ms 


100 ms 


99.50 ms 


100.5 ms b 



a lf the 50 ns setting is not within the limits given, perform step 2 (50 ns Timing Accuracy Verification). 
"For this setting, change MINFREQ to 10 Hz. 



REV OCT 1988 
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Table 4-12 
Parametric Measurement Volts Checks 



Calibration 










Generator 


Min" 


Max 8 






Setting 


PK-PK 


PK-PK 




AVG" 


20 mV 


14 mV 


26 mV 


Within 


±(5% of DM501 A reading + 5.6 mV) 


50 mV 


43 mV 


57 mV 


Within 


±(5% of DM501 A reading + 5.6 mV) 


0.1 V 


90 mV 


110 mV 


Within 


±(5% of DM501 A reading + 5.6 mV) 


0.2 V 


185 mV 


215 mV 


Within 


±(5% of DM501 A reading + 6.5 mV) 


0.5 V 


470 mV 


530 mV 


Within 


+ (5% of DM501 A reading + 6.5 mV) 


1 V 


0.945 V 


1.055 V 


Within 


±(5% of DM501 A reading + 6.5 mV) 


2 V 


1.89 V 


2.10 V 


Within 


±(5% of DM501 A reading + 15 mV) 


5 V 


4.74 V 


5.25 V 


Within 


±(5% of DM501 A reading + 15 mV) 


10 V 


9.49 V 


10.50 V 


Within 


±(5% of DM501 A reading + 15 mV) 


20 V 


19.0 V 


21.0 V 


Within 


+ (5% of DM501 A reading + 100 mV) 


50 V 


47.5 V 


52.5 V 


Within 


±(5% of DM501 A reading + 100 mV) 



■Disconnect DMM prior to selecting VOLTS measurement. 
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NOTE 

This procedure need only be performed if the 50 ns 
reading from step 1 above was outside the limits 
listed in Table 4-11. 

a. Connect Primary leveled sine-wave generator (item 2) 
to CH 1 OR X input of the oscilloscope under test and the 
test oscilloscope using a T-connector. 

b. Set frequency for 20 MHz. 

c. Adjust generator output amplitude for at least a 
200 mV peak- peak display on the test oscilloscope. 

d. Using the counter in the test oscilloscope, measure 
period of signal. 

e. Press MEASURE then select FREQ on the oscillo- 
scope under test. 

f. Verify that the oscilloscope under test reads a period 
that is within 0.5% + 0.5 ns of the value measured by the 
counter on the test oscilloscope. 

3. Verify Positive and Negative Peak Volts 
Measurements 

a. Set CH 1 OR X input coupling to 1 Mfi. 

b. Set CH 1 VOLTS/DIV to 50 mV. 

c. Set A SEC/DIV to 500 us. 

d. Connect the + fast rise output of the Calibration 
Generator to the CH 1 OR X input via a 50-fl BNC cable. 

e. Adjust Calibration Generator amplitude for a 4 divi- 
sion 1 kHz display. 

f. Measure VOLTS by pressing MEASURE and then 
selecting VOLTS. 

g. CHECK— POS-PK reading is 0.0 mV ± 5 mV. 

h. Connect the - fast rise output of the Calibration 
Generator to the CH 1 OR X input via a 50-fl BNC cable. 



i. Repeats steps e and f for - fast rise connected to 
CH 1. 



j. CHECK— NEG-PK reading is 0.0 mV ± 5 mV. 
k. Disconnect fast rise Generator. 



4. Verify Average and Peak-Peak Volts 
Measurements 

a. Connect standard-amplitude calibration Generator to 
CH 1 OR X input via a BNC T-Connector (item 8) and a 
50-fi cable. 

b. For each entry in Table 4-12: 

1. Measure VOLTS by pressing MEASURE and 
then selecting VOLTS. 

2. Verify PK-PK reading is within limits specified. 

3. Connect the BNC T-Connector via a 50-fi cable 
and BNC to dual banana adapter to the Digital 
Multimeter (item 1 9). 

4. Select appropriate DMM voltage range and note 
voltage reading. 

5. Verify AVG reading is within limits specified. 

NOTE 

To insure accurate VOLT measurements it 
is necessary to disconnect the DMM input 
from the BNC T-Connector at the 
standard-amplitude Generator output 
PRIOR to selecting a VOLTS measure- 
ment. Re-connect meter when VOLTS 
measurements are completed. 



c. Disconnect calibration generator from CH 1 OR X 
input and connect to CH 2 OR Y input. 

d. Select only CH 2 for display. 

e. Repeat step b for CH 2. 

f. Disconnect test setup. 
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COUNTER/TIMER/TRIGGER CHECKS 



This section contains the portion of the Option 06 (Counter/Timer/Trigger) performance check procedure that directly 
affects operation of the horizontal timing modes. If your instrument does not contain this option, continue with the Horizon- 
tal checks. 



Test equipment listed in Table 4-1 is required to perform this procedure. To assure accurate measurements, it is impor- 
tant that test equipment used for making these checks meet or exceed the specifications described in Table 4-1 for 
CTT checks. 



Initial Control Settings. 

Control settings not listed do not affect the procedure. 

NOTE 

Select channels to set VOLTS/DIV. 



TRIGGER 

HOLDOFF 
A and B LEVEL 
A and B SLOPE 
A MODE 
B MODE 

A and B SOURCE 
A and B COUPLING 



Fully CCW 

INIT@50% 

+ (plus) 

AUTO LVL 

RUN AFT DLY 

VERT 

DC 



VOLTS/DIV 

CH 1 and CH 2 500 mV 

CH 1 and CH 2 VAR In detent 

CH 3 and CH 4 0.1 V 



CTT and WR Options 

MENU Functions OFF 



VERTICAL MODE 

CH 1 

CH 2, 3, 4 

and INVERT 

CHOP/ALT 

20 MHz BW LIMIT 



Input Coupling 

CH 1 and CH 2 



ON 

Off 

ALT 

Off 



50 DC 



1. Check Maximum Input Frequency at Minimum 
Sensitivity 

a. Connect the leveled sinewave generator's output via 
a 50-fl cable to the CH 1 input connector. 



b. Set generator to produce a 150-MHz, 4-division 
display. 



c. Press the MEASURE button to enter MENU mode. 



Horizontal 

A SEC/DIV 
SEC/DIV VAR 
X10 MAG 
TRACE SEP 



10 ns (knob in) 
In detent 
Off 

Fully CW 



d. Select COUNTER ("4") from menu. 



e. Select FREQ ("1") from menu. 



Delta 

At and AV 

TRACKING 



Off (press and release 
until associated readout 
is off) 
Off 



f. Press the upper Trigger MODE button to reinitialize 
the auto-trigger level. 



g. CHECK— Reading is between 149 MHz and 151 
MHz and is stable. 
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2. Check Minimum Sensitivity at 50 MHz 

a. Set the generator to produce a 50.0-MHz, 1 .3- 
division display. 



b. Press the upper Trigger MODE button to reinitialize 
the auto-trigger level. 



5. Check Delay Time 

a. Set; 

CH 1 VOLTS/DIV 
CH 1 Input Coupling 
A SEC/DIV 
A TRIGGER MODE 



500 mV 
GND 

20 ns (knob in) 
AUTO 



c. CHECK— Reading is between 49.9 MHz and Connect the output of the time-mark generator via a 

50.1 MHz and is stable. 50-fi cable to the positive trigger input of the pulse 

generator. 



d. Disconnect the test equipment from the instrument. 



c. Connect the output of the pulse generator via a 50-fi 
cable to the CH 1 input connector. 



3. Check Frequency Accuracy 

a. Connect the time-mark generator output via a 50-fi 
cable to the CH 1 input connector. 



b. Set the generator to produce 10-ns time markers 
four divisions in amplitude using CH 1 VOLTS/DIV and 
VAR VOLTS/DIV. 



c. Press the upper Trigger MODE button to reinitialize 
the auto-trigger level. 



d. CHECK— Reading is between 99.9995 MHz and 
100.0005 MHz. 



4. Check Minimum Input Frequency 

a. Set the time-mark generator to produce 2-s time 
markers. 



d. Set the time-mark generator to produce 20-ns time 
markers. 



e. Set the pulse generator to produce a positive 5-ns 
pulse when externally triggered. 



f. Adjust the CH 1 POSITION control to center the 
CH 1 display. 



g. Set the CH 1 Input Coupling to 50 fi DC. 



h. Adjust the pulse generator to produce a 5-division 
peak-to-peak display, centered about ground. 



i. Push INIT @50%. 



j. Pull out the SEC/DIV knob. 



b. Set: 



k. Press the A/B TRIG button. 



CH 1 VOLTS/DIV 

A SEC/DIV 

A TRIGGER MODE 



100 mV 

50 ms (knob in) 
NORM 



c. Adjust the A Trigger LEVEL control for a stable 
trigger. 



I. Set the B Trigger: 

SLOPE 
MODE 
SOURCE 
COUPLING 



+ (plus) 
TRIG AFT DLY 
VERT 
DC 



d. CHECK— Reading is between 499.9975 mHz and m. Adjust the B Trigger LEVEL for a readout of 0.00 V. 
500.0025 mHz. 

n. Turn the A REF OR DLY POS control counterclock- 

e. Disconnect the test equipment from the instrument. wise until the intensified zone stops moving to the left. 
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o. CHECK — Reading is either 59.5 ns to 60.5 ns or 
69.5 ns to 70.5 ns. 



6. Check Delta Time Accuracy 

a. Press MEASURE button. 



b. Select <MORE> ("8") from menu. 



c. Select CONFIGURE ("5") from menu. 



d. Select RESOLUTION ("4") from menu. 



e. Select 10 ps ("4") from menu. 



f. Set the A AND B SEC/DIV to 1 ixs (knob out). 



g. Press A/B TRIG to access the B TRIGGER controls. 



h. Press the lower Trigger MODE button to enter TRIG 
AFT DLY mode. 



i. Set the time-mark generator to produce 1-ms time 
markers. 



j. Set the pulse generator to produce a positive 0.5-/xs 
pulse when externally triggered. 



k. Press and release the At button until the Delta Time 
readout appears. 

I. Turn the A control to intensify the rising edge of the 
second square wave. 

m. Turn the A REF OR DLY POS control to intensify 
the rising edge of the second square wave. 



n. CHECK— That the averaged At reading is between 
+ 0.00005 ms and -0.00005 ms. 



o. Turn the A control to intensify the rising edge of the 
eleventh square wave. 
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p. CHECK — Averaged At reading is between 
8.99990 /us and 9.0001 0*ts. 

q. Set the A AND B SEC/DIV to 100 /is (knob out). 

r. Set the time-mark generator to produce 0.1-ms time 
markers. 

s. Set the pulse generator to produce a positive 50-ms 
pulse when externally triggered. 

t. Turn the A control to intensify the rising edge of the 
eleventh square wave. 

u. Turn the A REF OR DLY POS control to intensify the 
rising edge of the second square wave. 

v. CHECK— Reading is between +899.996 jts and 
+900.004 us. 

w. Press MEASURE button. 

x. Select <MORE> ("8") from menu. 

y. Select CONFIGURE ("5") from menu. 

z. Select RESOLUTION ("4") from menu. 

aa. Select AUTO ("1") from menu. 

7. Verify Delay-By-Events 

a. Set the A SEC/DIV to 100 /is (knob in). 

b. Set the A Trigger SLOPE to - (minus). 

c. Press the At button until the At display disappears. 

d. Press the MEASURE button. 

e. Select <MORE> ("8") from menu. 
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f. Select DLY-BY-EVENTS ("1") from menu. 

g. Select B-SWP ("5") from menu. 

h. Select ATRG-STRT ("2") from menu. 

i. Select DLY-BY-B ("3") from menu, 
j. Select RUN ("8") from menu. 

k. Pull out the SEC/DIV knob. 

j. Use the A REF OR DLY POS and the A controls to 
set the number of delaying events to 1 . 

k. VERIFY — that the intensified zone moves to each 
succeeding rising edge as the delaying event count is 
changed to 2, 3, 4, and 5. 

8. Check Logic Trigger 

a. Set the A AND B SEC/DIV to 20 ns (knob out). 

b. Set the time-mark generator to produce 0.1 us time 
markers. 

c. Set the pulse generator to produce a positive 5-ns 
pulse when externally triggered. 

d. Set the B Trigger MODE to TRIG AFT DLY. 

e. Set the B Trigger SOURCE to CH 1. 

f. Press the MEASURE button. 

g. Select <MORE> ("8") from menu. 

h. Select LOGIC-TRIGGER 0'4")from menu. 

i. Select A:A-AND-B ("1") from menu. 

j. Push in the SEC/DIV knob. 

k. Adjust the B Trigger LEVEL for a readout of 0.00 V, 



I. Press the A/B TRIG button to illuminate an A Trigger 
MODE indicator. 



m. Adjust the A Trigger LEVEL for a readout of 1.00 V. 



n. Set the CH 1 Input Coupling to GND. 



o. Turn the CH 1 POSITION control to align the trace 
with the center horizontal graticule line; do not readjust 
the CH 1 POSITION control during the remainder of 
this step. 



p. Set the CH 1 Input Coupling to 50 Q DC. 



q. Set X10 MAG on. 



r. Turn the Horizontal POSITION control to align the ris- 
ing edge of the first displayed signal with the intersection 
of the second vertical graticule and the center horizontal 
graticule lines. 



s. Set the pulse generator to produce a 2-ns pulse 
when externally triggered. 



t. Increase the duration of the pulse until a stable 
display is obtained. 



u. CHECK— Width of the pulse measured at the center 
horizontal graticule line is less than 4 ns. 



v. Set X10 MAG off. 



w. Press the upper Trigger MODE button. 



x. Press the lower Trigger MODE button. 



y. Press the upper Trigger MODE button. 



z. Disconnect the test equipment from the instrument. 



9. Verify Trigger Delta Delay 

a. Connect the leveled sinewave generator's output via 
a 50-fi cable to the CH 1 input connector. Set the A 
SEC/DIV to 10 lis. Set the Horizontal POSITION to 
midrange. 
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b. Set the generator for a 50-kHz, 6-division display. 

c. Press the Trigger SLOPE button to illuminate the 
+ SLOPE indicator. 

d. Press the MEASURE button to enter MENU mode. 

e. Select COUNTER ("4") from menu. 

f. Select PERIOD ("2") from menu. 

g. Press the upper Trigger MODE button to reinitialize 
the auto-trigger level. 

h. Turn the SEC/DIV to 5 /ts. 

i. Pull out the SEC/DIV knob. 

j. Press the A/B TRIG button for B Trigger MODE. Set 
B Trigger MODE to RUN AFTER DELAY. 

k. Adjust the A REF OR DLY POS control for a delay of 
5.00 us. 

I. Press the lower Trigger MODE button once. 
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m. Press the SLOPE button to select + SLOPE if 
necessary. 



n. Press the lower Trigger MODE button once to select 
TRIG A DLY. 



o. Press the Trigger SLOPE button to illuminate the 
- SLOPE. 



p. Adjust the A control for a At reading of approxi- 
mately 0.00 ms. The word "SET" will appear while making 
the adjustment. 

q. VERIFY — There are two intensified zones on the 
displayed waveform. 



r. VERIFY— The intensified zone moves on the falling 
edge of the waveform while adjusting the Trigger LEVEL 
control. 



s. Press the lower Trigger MODE button to select TRIG 
AFT DLY. 



t. VERIFY— The intensified zone moves on the rising 
edge of the waveform while adjusting the Trigger LEVEL 
control. 



u. Disconnect the test equipment from the instrument. 
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HORIZONTAL (cont) 



4. Check Delay Jitter. 

a. Set: 

TRACKING 
A SEC/DIV 
B SEC/DIV 
BTRIG 



Off 
1 ms 

500 ns (knob out) 
RUN AFT DLY 



b. Select 1 ms time markers from the Time-Mark 
Generator. 



c. Align the intensified zones with the 10th time marker 
using the A REF OR DLY POS and A controls. Superim- 
pose the zones to obtain a At readout display of 0.000 ms. 



d. Push in the SEC/DIV knob and adjust TRACE SEP 
to separate the traces. 



e. CHECK — On the 2467B for 2 divisions or less of hor- 
izontal jitter on the rising edge of both time markers, and 
on the 2465B for 0.8 divisions or less of horizontal jitter on 
the rising edge of both time markers. 



e. Adjust the SEC/DIV VAR control fully CCW. 



f. CHECK— Sweep speed readout displays 30.0 ms. 



g. Set the Time-Mark Generator variable timing control 
for exactly 3 time markers per division. 



h. CHECK— The Time-Mark Generator variable timing 
% of error has changed 2% or less from the reading noted 
in part b. 



NOTE 

On CTT instruments, rotate the A REF OR DLY 
POS control for the specified delay. As the control is 
rotated, the readout delay value will be followed by 
the word "SET", denoting the indirect measurement 
mode. A few seconds after control movement has 
stopped, the word "SET" will disappear and the 
readout will display a direct measurement from 
the CTT. 



5. Check SEC/DIV VAR Range and Accuracy. 

a. Set: 



A SEC/DIV 
SEC/DIV VAR 
At 



HOLDOFF 



1 ms (knob in) 
In detent 

Off (press and release 
to eliminate At 
readout) 
B ends A 



b. Select 10 ms time markers from the Time-Mark Gen- 
erator and adjust the Time-Mark Generator variable timing 
control for exactly 1 time marker per division. Note the 
variable timing % error on the Time-Mark Generator. 



i. Set: 

A SEC/DIV 
B SEC/DIV 
SEC/DIV VAR 
At 

B TRIGGER MODE 
A REF OR DLY POS 



50 ms 

10 ms (knob in) 
CW (in detent) 
Off (DLY readout) 
RUN AFT DLY 
Zero delay 



j. Repeat parts b through h for the B Sweep. 



k. Rotate the SEC/DIV VAR control CW to the detent 
position and disconnect the test setup. 



c. Adjust the SEC/DIV VAR control for a sweep-speed 
readout (on bottom line of readout) of 20 ms and adjust 
the Time-Mark Generator variable timing control for 
exactly 2 time markers per division. 



6. Check X-Axis Gain. 

a. Set: 



d. CHECK — The Time-Mark Generator variable timing 
% of error has changed 2% or less from the reading noted 
in part b. 



NOTE 

Select channels to set VOLTS/DIV. 
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VOLTS/DIV 

CH 1 and CH 2 



10 mV 



b. Set the CH 2 VERTICAL MODE off. CH 1 displays 
automatically. 



VERTICAL MODE 

CH 2 

CH 1, CH 3, CH 4, 
ADD, and BW LIMIT 

Horizontal 

SEC/DIV 

Input Coupling 

CH 1 
CH 2 



On 
Off 

X-Y (knob in) 



1 MQ DC 
1 Mfl GND 



c. Use the CH 1 VERTICAL POSITION control to 
vertically center the display on the graticule. 



d. CHECK — Ellipse opening is 0.1 division or less, 
measured horizontally. 



e. Set the CH 2 VERTICAL MODE on. 



f. Set the generator for a 2 MHz, 6-division horizontal 
display. 



b. Connect a 50 mV standard-amplitude signal from the 
Calibration Generator to the CH 1 OR X input connector 
via a 50 Q BNC cable. 



c. CHECK— Signal display amplitude is 4.9 to 5.1 hor- 
izontal divisions. 



g. Set the CH 2 VERTICAL MODE off. 



h. CHECK— Ellipse opening is 0.3 division or less, 
measured horizontally. 



i. Set the CH 2 VERTICAL MODE on. 



d. Disconnect the test setup. 



7. Check X-Axis Bandwidth. 

a. Set the CH 1 Input Coupling to 50 fl DC. 



b. Connect a 50 kHz signal from the Primary Leveled 
Sine-Wave Generator to the CH 1 OR X input connector 
via a precision 50 Q BNC cable. 



c. Set the generator output for a 6-division horizontal 
display. 



d. Change the generator frequency to 3 MHz. 



e. CHECK— Signal display is greater than 4.2 horizontal 
divisions. 



8. Check X-Y Phase Differential. 

a. Set the Primary Leveled Sine-Wave Generator for a 
1 MHz, 6-division horizontal display. 



9. Check X-Axis Low-Frequency Linearity. 

a. Set the Primary Leveled Sine-Wave Generator and 
the CH 1 POSITION control for a 50 kHz, 2-division hor- 
izontal display centered on the graticule. 



b. Use the CH 1 POSITION control to align the left 
edge of the signal with the left side vertical graticule line. 



c. CHECK— Signal display is 1.8 to 2.2 divisions, meas- 
ured horizontally. 



d. Use the CH 1 POSITION control to position the right 
edge of the signal on the right side vertical graticule line. 



e. CHECK— Signal display is 1.8 to 2.2 divisions, meas- 
ured horizontally. 



f. Disconnect the test setup. 
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CALIBRATOR, EXTERNAL Z-AXIS AND GATE OUTPUTS 



Equipment Required (see Table 4-1) 




Calibration Generator (Item 3) 


50 fl BNC T-Connector (Item 8) 


Time-Mark Generator (Item 6) 


50 fi BNC Cables (2 required) (Item 10) 


Oscilloscope with 10X Probe (Item 7) 





Initial Control Settings. 

Control settings not listed do not affect the procedure. 

a. Set: 



1. Check CALIBRATOR Repetition Rate. 

NOTE 

Refer to the Adjustment Procedure to check the 
accuracy of the CALIBRA TOR output levels. 



VERTICAL MODE 

CH 1 and CH 2 On 
CH 3, CH 4, ADD, 

and INVERT Off 

CHOP/ALT CHOP 

20 MHz BW LIMIT Off 

VOLTS/DIV 

CH1 10 mV 

CH 2 500 mV 

CH 1 and CH 2 VAR In detent 

Input Coupling 

CH 1 IMS DC 

CH 2 50 Q DC 



a. Connect a 10X probe from the CALIBRATOR termi- 
nal to the CH 1 OR X input connector. 



b. Connect 1 ms time markers from the Time-Mark 
Generator to the CH 2 input connector via a 50 Q BNC 
cable. 



c. Adjust the CH 2 VOLTS/DIV for several divisions of 
marker display. 



d. CHECK— Horizontal drift for any time marker is 1 
division or less per second (10 seconds or more for 1 
marker to drift 10 horizontal divisions). 



Horizontal 

A SEC/DIV 
SEC/DIV VAR 
X10 MAG 
AV and At 



1 ms (knob in) 
In detent 
Off 

Off (press and release 
until associated readout 
is off) 



e. Set the CH 2 VERTICAL MODE off. 



f. CHECK— 1 cycle is displayed per 2 horizontal divi- 
sions for each A SEC/DIV setting from 0.1 s to 0.1 lis. 



g. Disconnect the test setup. 



TRIGGER 

HOLDOFF 

LEVEL 

SLOPE 

MODE 

SOURCE 

COUPLING 



B ENDS A (fully CW) 

INIT@50% 

+ (plus) 

AUTO LVL 

CH 1 

DC 



2. Check External Z-Axis Operation. 

a. Set: 



INTENSITY 
A SEC/DIV 
CH 1 VOLTS/DIV 



Fully clockwise 
1 ms 
500 mV 
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b. Connect a 1 kHz, 2 V standard-amplitude signal from 
the Calibration Generator to the CH 1 OR X input connec- 
tor and the rear-panel EXT Z-AXIS input connector using a 
50 Q BNC T-Connector and two 50 fl BNC cables. 



b. Connect a test oscilloscope to the A GATE OUT 
connector (located on the instrument rear panel) via a 50 Q 
BNC cable. 



c. CHECK— The positive portion of the 4-division signal 
display is blanked out. 



c. CHECK — Test oscilloscope displays a signal with a 
high level between 2.4 V and 5 V and a low level between 
V and 0.4 V. 



d. Disconnect the test setup and adjust the CRT 
INTENSITY as desired. 



d. VERIFY— Duration of the high level is between 1 ms 
and 1 .2 ms. 



3. Check A and B GATE Outputs and Verify 
TRIGGER HOLOOFF. 



a. Set: 

A SEC/DIV 
B SEC/DIV 
At 

TRIGGER MODE 
HOLDOFF 

A REF OR DLY POS 



100 us 

50 ms (knob in) 
Off (DLY readout) 
AUTO 

Minimum (CCW) 
Zero DLY readout 



e. VERIFY — Duration of the low level is between 80 jis 
and 150 tis. 



f. VERIFY — Duration of the low level increases to at 
least 10 times the time measured in part e when the 
HOLDOFF control is rotated to the maximum CW position 
but not in the detent. 



g. Move the 50 a BNC cable from the A GATE OUT 
connector to the B GATE OUT connector. 



NOTE 

On CTT instruments, rotate the A REF OR DLY 
POS control for the specified delay. As the con- 
trol is rotated, the readout delay value will be fol- 
lowed by the word "SET", denoting the indirect 
measurement mode. A few seconds after control 
movement has stopped, the word "SET" will 
disappear and the readout will display the direct 
measurement from the CTT. 



h. CHECK— Test oscilloscope displays a signal with a 
high level between 2.4 V and 5 V and a low level between 
V and 0.4 V. 



i. VERIFY — Duration of the high portion of the signal is 
between 500 ps and 600 us. 



j. Disconnect the test setup. 
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ADDITIONAL FUNCTIONAL VERIFICATION 



Equipment Required (see Table 4-1) 

10X Probe supplied with Oscilloscope (Item 7) 



Initial Control Settings. 

Control settings not listed do not affect the procedure. 

a. Set: 

NOTE 

Select channels to set VOLTS/DIV. 



1. Verify ALT, CHOP, and ADD Modes and TRACE 
SEP. 

a. VERIFY— CH 1 trace is visible with no VERTICAL 
MODE buttons selected. 



b. Press the CH 2 VERTICAL MODE button. 



VOLTS/DIV 

CH 1 and CH 2 0.1 V 

CH 1 and CH 2 VAR In detent 

CH 1 , CH 2, CH 3, 

CH 4, ADD, and 

INVERT Off 

CHOP/ALT ALT 

20 MHz BW LIMIT Off 



Input Coupling 

CH 1 and CH 2 1 Mil DC 



c. VERIFY— CH 1 trace is not displayed and the CH 2 
trace is displayed. 



d. Press the CH 1 VERTICAL MODE button. 



NOTE 

Separate the traces by approximately 1 division 
using the VERTICAL POSITION controls. Do not 
position either trace precisely at graticule center. 



Horizontal 

A SEC/DIV 
SEC/DIV VAR 
X10 MAG 
TRACE SEP 



1 ms (knob in) 
In detent 
Off 

Fully CW 



e. VERIFY— Both the CH 1 and the CH 2 traces are 
displayed. 



f. Press the ADD button. 



Delta 

AV and At 

TRACKING 

TRIGGER 

HOLDOFF 

LEVEL 

SLOPE 

A/B TRIG Select 
MODE 
SOURCE 
COUPLING 



Off (press and release 
until associated readout 
is off) 
Off 



B ENDS A (fully CW) 
Midrange 

+ (plus) 
A 

AUTO 
VERT 
DC 



g. VERIFY— A third trace (ADD) is displayed. 



h. Press the CH 3 VERTICAL MODE button. 



i. VERIFY— The CH 3 trace is added to the display. 



j. Press the CH 4 VERTICAL MODE button. 



k. VERIFY— The CH 4 trace is added to the display. 



I. Set the SEC/DIV controls to 50 ms (knob in). 
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m. VERIFY— 5 traces are alternately displayed in the 
following sequence: CH 1, CH 2, ADD, CH 3, CH 4. 



d. Release the BEAM FIND button and set the VERTI- 
CAL POSITION and Horizontal POSITION controls to 
midrange. 



n. Set the TRIGGER MODE to SGL SEQ. 



o. VERIFY— After the current sequence of traces is 
complete, no further traces are displayed. 



p. Set the TRIGGER SOURCE to LINE. 



q. Press and release the lower TRIGGER MODE 
button. 



3. Check Probe Encoding. 

NOTE 

Refer to instrument "Operators Manual" for the posi- 
tioning of the readout display information. 



r. VERIFY— Each time the lower TRIGGER MODE but- 
ton is pressed and released, the 5 signal traces appear 
once (in sequence), the readout display flashes once and 
the scale illumination flashes on and off. 



s. Set the TRIGGER MODE to AUTO LVL and press 
the CHOP button. 



t. VERIFY— The 5 traces appear to be displayed simul- 
taneously. 

u. Set: 



TRIGGER SOURCE 
A SEC/DIV 
B SEC/DIV 
CHOP/ALT 
TRACE SEP 



CH 4 
20 mS 

10 us (knob out) 
ALT 

CCW until traces 
are separated 



a. Set: 

CH 1 , CH 2, CH 3, 

CH 4 VERTICAL MODE On 

CH 1 and CH 2 

VOLTS/DIV 100mV 
CH 3 and CH 4 
VOLTS/DIV 0.1 

b. Connect the standard accessory 10X probe 
(encoded) to the CH 1 input connector. 

c. CHECK— CH 1 readout changes from 100 mV 
to 1 V. 



d. Move the probe to CH 2 and repeat part c for that 
channel. 



e. Move the probe to CH 3. 



v. VERIFY — An alternate B sweep trace appears for 
each A sweep trace (10 traces total). 



f. CHECK— Readout changes from 0.1 V to 1 V. 



2. Verify BEAM FIND Operation. 

a. Set: 

A SEC/DIV 1 ms (knob in) 

CH 1 VERTICAL MODE On 
CH 2, CH 3, 

CH 4 and ADD Off 

X10MAG On 

Horizontal POSITION Midrange 

Vertical POSITION Midrange 

b. Press and hold the BEAM FIND button. 

c. VERIFY— The trace is less than 10 divisions long 
and remains in the graticule area as the CH 1 POSITION 
control and the Horizontal POSITION controls are rotated 
through their complete ranges. 



g. Move the probe to CH 4 and repeat part f for that 
channel. 



h. Short probe code ring to ground. 

NOTE 

If using a P61 '37 probe, press probe ID button. 



i. Check R/O changes to ID for that channel and the 
trace jumps up approximately 0.5 Div. 



j. Repeat for each vertical channel. 



k. Disconnect test setup. 



4-39 



Performance Check— 2465B/2467B Service 

WORD RECOGNIZER CHECKS 



Equipment Required (see Table 4-1) 




1 0X Probe supplied with Oscilloscope (Item 7) 


Pulse Generators (Item 24) 


T-connectors (Item 8) 


Adapter (Item 25) 


BNC Cables (Item 10) 


Adapter (Item 26) 



1. Initial Setup 

Control settings not listed do not affect the procedure. 



b. Connect the + trigger output of pulse generator # 1 
via a 50-Q cable to the + trigger input of pulse genera- 
tor # 2. 



NOTE 

Select channels to set VOLTS/DIV. 



c. Connect the output of pulse generator # 1 via a 50-fi 
cable and T-connector to the CH 1 input connector. Use 
the T-connector at the CH 1 input. 



a. Set: 

VERTICAL VOLTS/DIV 

CH 1 and CH 2 2 V 

CH 3 500 mV 

CH 4 100 mV 

VERTICAL MODE 



CH 1, CH 2, 
and CH 3 



d. Connect the output of pulse generator # 2 via a 
50-S) cable and T-connector to the CH 2 input connector. 
Use the T-connector at the CH 2 input. 



e. Connect the Word Recognizer probe to the P6407 
input connector at the rear of the instrument. 

f. Connect a BNC-male-to-dual-binding post adaptor to 
the T-connector on the CH 1 input, and connect another 
BNC-male-to-dual-binding post adaptor to the T-connector 
on the CH 2 input. 



On 



Input Coupling 

CH 1 and CH 2 



50 ft DC 



g. Connect a 4-inch bare wire (suitable for connecting a 
scope probe) to the red binding post of the adaptor con- 
nected to the CH 1 input. 



Horizontal 

A SEC/DIV 



200 ns (knob in) 



h. Connect a 4-inch bare wire (suitable for connecting a 
scope probe) to the red binding post of the adaptor con- 
nected to the CH 2 input. 



Delta 

At and AV 



Off (press and release until 
associated readout is off) 



i. Connect a 2-inch bare wire (suitable for connecting a 
scope probe) to the biack binding post of the adaptor con- 
nected to the CH 2 input. 



TRIGGER 

SOURCE 
MODE 



CH 1 

AUTO LVL 



j. Connect both ground leads from the Word Recognizer 
probe to the bare wire on the black binding post on the 
CH 2 input. 
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k. Connect the CH 3 input to the WORD RECOG OUT 
connector using the instrument X10 probe and a BNC-to- 
probe-tip adaptor. 



I. Set pulse generator # 1 to produce a positive 0.5-ms 
pulse every 1 ^s. 



m. Set pulse generator # 2 to produce a positive 
400-ns pulse when it receives an external trigger. 

NOTE 

The lowest point of the HI must not be lower 
than 2.0 V. 

n. Set both pulse generators to produce pulses of 
+0.6 V LO and +2.0 V HI. 



o. Press the MEASURE button. 



p. Select <MORE> ("8") from menu. 



q. Select LOGIC-TRIG ("4") from menu. 



r. Select B:WORD-REC ("6") from menu. 



1. If you wish to change the word recognizer 
display radix: 



a. Press the MEASURE button. 



b. Select <MORE> ("8") from menu. 



c. Select CONFIGURE ("5") from menu. 



d. Select WR-RADIX ("5") from menu. 



e. Select HEX, OCTAL, or BINARY from menu. 



s. Connect the clock (C) input of the Word Recognizer 
to the wire on the red binding post of the CH 1 input. 



t. Connect the Q and W0-W15 inputs of the Word 
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Recognizer to the wire on the red binding post of the 
CH 2 input. 



u. Set the A SEC/DIV to 20 ns (knob in). 



2. Check Data Setup Time 

a. For each test setup described in Table 4-13: 



1. Vary (increase) the pulse duration of pulse gen- 
erator # 2 until the active edge of the CH 2 
signal falls about 1 ns after the trigger edge of 
the CH 1 signal. 



2. CHECK— CH 3 is not displaying a signal. 



3. Vary (decrease) the pulse duration of pulse gen- 
erator # 2, moving the active edge of the CH 2 
signal to the left until CH 3 displays a stable 
signal. 



4. Press the At button. 



5. Turn the A REF OR DLY POS control to align 
the delta reference cursor with the first edge of 
the CH 2 signal. 



6. Turn the A control to align the delta cursor with 
the first edge of the CH 1 signal. 



7. CHECK— Reading is <25 ns. 



8. Press the At button. 

Table 4-13 
Data Setup Time Checks 



Polarity 


Word 
Recognizer 

Word 
Definition 


A 

TRIGGER 
SLOPE 


Pulse Generator 
#1 #2 


+ 


+ 


l — 0-0000 




+ 




i — 1-FFFF 








T — 1-FFFF 


+ 




+ 


T- 0-0000 


+ 
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3. Check Data Hold Time 

a. For each test setup described in Table 4-14: 

1. Vary the pulse duration of pulse generator # 2 
until the first edge of the CH 2 signal falls about 
10 ns after the trigger edge of the CH 1 signal. 

2. CHECK — A stable signal is displayed on CH 3. 



d. Press the A/B TRIG button. 

e. For each test setup described in Table 4-15: 



1 . If there is not a stable signal displayed on CH 3, 
(<2.5 V amplitude), vary (increase) the pulse 
duration of pulse generator # 1 until CH 3 
displays a stable signal. 



Vary the pulse duration of pulse generator # 2, 
moving the first edge of the CH 2 signal to the 
left until CH 3 no longer displays a stable signal. 



4. Press the At button. 



2. Press the At button. 



3. Turn the A REF OR DLY POS control to align 
the delta reference cursor with the leading edge 
of the CH 1 pulse. 



Turn the A REF OR DLY POS control to align 
the delta reference cursor with the first edge of 
the CH 2 signal. 



6. Turn the A control to align the delta cursor with 
the first edge of the CH 1 signal. 



4. Turn the A control to align the delta cursor with 
the trailing edge of the CH 1 pulse. 



5. CHECK— Reading is <20 ns. 

6. Press the At button. 



7. CHECK— Reading is >4 ns. 

Table 4-14 
Data Hold Time Checks 



Polarity 


Word 
Recognizer 

Word 
Definition 


A 

TRIGGER 
SLOPE 


Pulse Generator 
#1 #2 


+ 


+ 


1-1-FFFF 




+ 




1-0-0000 








T- 0-0000 


+ 




+ 


T-1-FFFF 


+ 



4. Check Minimum Clock Pulse Width 

a. Set pulse generator # 1 to produce a 5-ns positive 
pulse every 1 tis. 



b. Press the A/B TRIG button to select A Trigger 
MODE. 



Table 4-15 
Minimum Clock Pulse Width Checks 



Polarity 


Word 
Recognizer 

Word 
Definition 


A 

TRIGGER 
SLOPE 


Pulse Generator 
#1 #2 


+ 


+ 


T-X-XXXX 


+ 




+ 


l-X-XXXX 





5. Check Delay From Selected Edge to WORD 
RECOG OUT 

a. Set: 



VERTICAL MODE 

CH 3 and CH 4 
CH 1, CH 2, ADD, 
and INVERT 

VOLTS/DIV 

CH 3 VOLTS/DIV 



On 
Off 



0.1 V (1 V with 
X10 probe attached) 



c. Press the upper Trigger MODE button to reinitialize 
the auto-trigger level. 



Horizontal 

A SEC/DIV 



20 ns (knob in) 
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b. Connect the instrument X1 probe to the CH 4 input 
connector and the probe tip to the wire on the red binding 
post of the CH 1 input. 



c. Set pulse generator # 1 to produce a 50-ns positive 
pulse every 1 fis. 



d. Set the A Trigger SOURCE to CH 4. 



d. For each test setup described in Table 4-16: 



1 . Press the At button. 



2. Turn the A REF OR DLY POS control to align 
the delta reference cursor with the active edge of 
the CH 4 signal. 



3. Turn the A control to align the delta cursor with 
the rising edge of the CH 3 signal. 



4. CHECK— Reading is *s55 ns. 



5. Press the At button. 



Table 4-16 
Delay From Selected Edge to 
WORD RECOG OUT Checks 



Polarity 


Word 
Recognizer 

Word 
Definition 


A 

TRIGGER 
SLOPE 


Pulse Generator 

#1 #2 


+ 


+ 


T-X-XXXX 


+ 




+ 


l-X-XXXX 





6. Check Word Recognition Delay 

a. Set pulse generator # 1 to produce a positive 0.5-jts 
pulse every 1 us. 



b. Disconnect the C input of the Word Recognizer from 
the wire on the red binding post of the CH 1 input. 



c. Connect the Q and W0-W1 5 inputs of the Word 
Recognizer to the wire on the red binding post of the CH 1 
input. 



d. For each test setup described in Table 4-17: 



1 . Press the At button. Turn the A REF OR DLY 
POS control to align the delta reference cursor 
with the first edge of the CH 4 signal. 



3. Turn the A control to align the delta cursor with 
the rising edge of the CH 3 signal. 



4. CHECK— Reading is « 140 ns. 



5. Press the At button. 



e. Disconnect the probe on the CH 4 input. 



Table 4-17 
Word Recognition Delay 



Polarity 


Word 
Recognizer 

Word 
Definition 


A 

TRIGGER 
SLOPE 


Pulse Generator 
#1 #2 


+ 


+ 


X — 1-FFFF 


+ 




+ 


X- 0-0000 





7. Check Data Input Coincidence 

a. Set: 

CH 2 and CH 3 On 

CH 4 Off 

A SEC/DIV 50 ns (knob in) 

SOURCE CH 2 

SLOPE - (minus) 



b. Set pulse generator # 1 to produce a positive 0.5-ms 
pulse every 1 ^s. 



c. Set pulse generator # 2 to produce a negative 5-ns 
pulse when it receives an external trigger. 



d. Set the A SEC/DIV to 20 ns (knob in). 



e. Set the Word Definition of the Word Recognizer 
probe to BX0 0000. 
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f . Connect the Q and W0-W1 5 inputs of the Word 
Recognizer to the wire on the red binding post of the CH 2 
input. 

g. Press the A/B TRIG button to select A Trigger 
MODE. 



h. Press the upper Trigger MODE button to reinitialize 
the auto-trigger level. 



i. Vary (increase) the pulse duration of pulse generator 
# 2 until further increase makes the CH 3 display stable 
(>2.5 V amplitude). 



j. Press the At button. 



k. Turn the A REF OR DLY POS control to align the 
delta reference cursor with the falling edge of the CH 2 
signal. 

I. Turn the A control to align the delta cursor with the 
rising edge of the CH 2 signal. 

m. CHECK— Reading is 3=20 ns and <85 ns. 

n. Press the At button. 

o. Disconnect the test setup. 

p. Press the lower Trigger MODE button. 



4-44 



Section 5 — 2465B/2467B Service 



ADJUSTMENT PROCEDURE 

INTRODUCTION 

IMPORTANT-PLEASE READ BEFORE USING THIS PROCEDURE 

The "Adjustment Procedure" is used to restore optimum performance or return the instrument to conformance with its 
"Performance Requirements" as listed in the "Specification" (Section 1). As a general rule, these adjustments should be 
performed every 2000 hours of operation or once a year if used infrequently. 



PARTIAL PROCEDURES 



This procedure is divided into subsections to permit 
calibration of individual sections of the instrument when- 
ever complete instrument calibration is not required. To 
perform a partial procedure, first set the instrument as 
directed in the Initial Setup Conditions at the beginning of 
the section, then make any changes called for within the 
procedure. Perform all steps within a subsection, both in 
the sequence presented and in their entirety to ensure that 
control settings will be correct for the following steps. 



The adjustments in CAL 01, 02, 03, 06, 07 and 09 
should be performed in numerical sequence; i.e., CAL 01 
should be done before CAL 02, CAL 02 should be done 
before CAL 03, etc. CAL 04, 05, and 08 are independent 
of adjustments made in the other calibration routines. Per- 
forming partial procedures when setting the automatic cali- 
bration constants (i.e., only one or two of the CAL steps) 
is not recommended and should only be done if the cali- 
bration constants set in the preceding steps are known to 
be correct. 



PREPARATION FOR ADJUSTMENT 



It is necessary to remove the cabinet to do the Adjust- 
ment Procedure. See the cabinet removal instructions in 
the Maintenance section of this manual, Section 6. 



All test equipment items required to do the complete 
Adjustment Procedure are described in Table 4-1 at the 
beginning of Section 4, Performance Check Procedure. 
The specific items of equipment needed to do each sub- 
section in this procedure are listed at the beginning of that 
subsection. 



BEFORE YOU BEGIN: 



NOTE 

When performing any of the automatic calibration 
routines (CAL 01 through CAL 08), the CAL/NO CAL 
jumper P501 must be moved to its CAL position 
(between pins 2 and 3) before turning the power on. 
When the desired calibration has been performed, 
return the jumper to its NO CAL position. 



a. Turn instrument Power on. 



NOTE 

The instrument MUST have a 20-minute warmup 
period before making any adjustments. Performing 
the adjustment procedure while the temperature is 
drifting may cause erroneous calibration settings. 
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POWER SUPPLIES AND DAC REF ADJUSTMENT 



Equipment Required (see Table 4-1) 




Oscilloscope With 10X P6131 Probe (Item 7) 


Alignment Tool (Item 20) 


Digital Multimeter (DMM) (Item 19) 


1X Probe (Item 21) 



See ADJUSTMENT LOCATIONS 1 and ADJUSTMENT LOCATIONS 4 

at the back of this manual for test point and adjustment locations. 



NOTE 

If the instrument displays "DIAGNSTIC. PUSH A/B 
TRIG TO EXIT" at power on, one of the power-up 
tests has failed. If the error message on the bottom 
line of the display is "TEST 04 FAIL xx° where "xx" 
is 01, 10 or 11, stored calibration data is in error, 
and the instrument should be recalibrated. If this is 
the case, pressing the A/B TRIG button will force 
entry to the normal operating mode; however, the 
accuracy of any measurement taken could be in 
error. 



If any other error message occurs, the failure is prob- 
ably not related to calibration. In this case, the instrument 
should be repaired before attempting calibration. 



Initial Control Settings. 

Control settings not listed will not affect the procedure. 



VERTICAL VOLTS/DIV 

CH2 100 mV 

CH3andCH4 100 mV 

CH 1 and CH 2 VAR In detent 



VERTICAL MODE 

CH 1 On 

CH 2, CH 3, CH 4 Off 
ADD, INVERT, and 

BW LIMIT Off 

ALT/CHOP ALT 



Horizontal 

SEC/DIV 
SEC/DIV VAR 
POSITION 



TRIGGER 

MODE 

SOURCE 

COUPLING 

SLOPE 

LEVEL 

HOLDOFF 



Delta 

AV and At 

INTENSITY 

READOUT INTENSITY 

SCALE ILLUM 
FOCUS 



X-Y (knob in) 
In detent 
Midrange 



AUTO LVL 

VERT 

DC 

+ (plus) 
Midrange 
In detent 



Off (press and release until 

readout display disappears) 

Visible display 

Visible display 

(CW from OFF) 

Fully CCW 

Defocused dot 



1. Check/ Adjust Power Supply 
Regulation, and Ripple (R1292). 



DC Levels, 



a. Connect the Digital Multimeter (DMM) negative lead 
to chassis ground. Connect the positive lead to the first 
test point listed in Table 5-1 (all test points are on the 
Main Board). 



VERTICAL POSITION 

CH 1 Midrange 

Input Coupling 

CH 1 and CH 2 1 Mfi DC 



b. CHECK — That the reading is within the limits given 
in Table 5-1 . 



c. ADJUST— Volt Ref Adj (R1292) for a DMM reading 
of precisely 10.00 V. The adjustment is accessible 
through a hole in the top cover plate. 
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Table 5-1 

Power Supply Voltage and Ripple Tolerances 



Power Supply 


Test Point (+ Lead) 


Reading 


Total p-p Ripple 


p-p Ripple at Two 
Times Line Frequency 


+ 10 V 


J119-4 


+9.99 to +10.01 


100 mV 


1 mV 


+ 87 V 


J119-8 


+85.26 to +88.74 


80 mV 


5 mV 


+42.4 V 


J119-9 


+41 .55 to +43.25 


80 mV 


2 mV 


+ 15 V 


J119-6 


+ 14.775 to +15.225 


15 mV 


11 mV 


Digital +5 V 


J119-2 


+4.85 to +5.15 


150 mV 


30 mV 


Analog +5 V 


J1 19-12 


+4.925 to +5.075 


15 mV 


1 mV 


-5 V 


J119-5 


-4.965 to -5.035 


15 mV 


1 mV 


-8 V 


J1 19-11 


-7.88 to -8.12 


100 mV 


1 mV 


-15 V 


J119-1 


-14.775 to -15.225 


10 mV 


2 mV 



d. Repeat parts a and b for the other test points listed 
in Table 5-1 . 



e. Disconnect the DM M. 



NOTE 

The objective of this step is to make the total 
range of the DAC output voltage (sum of the 
CCW and CW readings) equal to 2.5 V. 



f. Set the test oscilloscope as follows: 



Sweep Speed 
CH 1 Input Coupling 
Vertical controls 
Trigger controls 
Volts/Division 
BW Limit 



5 ms/div 

1 MO AC 

To display CH 1 

Line source, triggered display 

2 mV 
20 MHz 



g. Using a 1X probe, connect the test oscilloscope 
probe ground lead to chassis ground. Connect the probe 
tip to the first test point listed in Table 5-1 . 



h. CHECK — Ripple at two times the line frequency and 
the total peak-to-peak ripple do not exceed the values 
given in Table 5-1 . 



i. Repeat part h for each test point in Table 5-1 . 
j. Disconnect the test oscilloscope. 



b. Connect the digital multimeter (DMM) negative lead 
to the chassis ground. Connect the positive lead to pin 13 
of J1 19 (on the Main Board). 



c. Set the DMM to measure approximately 1 .5 Vdc. 



d. Rotate the A control CCW until the DMM reading 
remains at a constant value (approximately -1.250 V). 
Note the reading. 



e. Rotate the A control CW until the DMM reading 
remains at a constant value (approximately +1.250 V). 
Note the reading. 



f. Add the absolute values of the readings noted in 
parts d and e together (approximately 2.500 V). 



g. Subtract the total in part f from 2.500 V, then divide 
the difference by two. 



2. Adjust DAC Ref (R2010) 

a. Set: 



A SEC/DIV 
At 



100 MS 

On (At readout) 



h. ADJUST— DAC Ref (R2010 on the Control Board) to 
add the (signed) number obtained in part g to the reading 
obtained in part e. 



i. Repeat parts d through h as necessary to obtain a 
total DAC range of 2.500 V. 
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2467B 
CRT ADJUSTMENTS 



NOTE 

The blue CRT shield must be removed before performing CAL 08. 



Equipment Required (see Table 4-1) 

Leveled Sine-Wave Generator (Item 2) Oscilloscope with 10X probe (Item 7) 

50 fi BNC Cable (Item 10) Digital Multimeter (DMM) 

Alignment Tool (Item 20) 

See ADJUSTMENT LOCATIONS 2 and ADJUSTMENT LOCATIONS 4 

at the back of this manual for test point and adjustment locations. 



NOTE 

When performing the following automatic cal steps, 
initial setting of the front-panel controls is not 
required. 



1. Adjust Z-AXIS DRIVE (MAX GRID DRIVE-R949) 

a. Simultaneously press in and hold the At and the AV 
push buttons, then press and hold the SLOPE button. 
Hold all three buttons in for approximately one second, 
then release them. 



b. CHECK— Top line of the readout display says: 
"DIAGNSTIC. PUSH A/B TRIG TO EXIT" 



NOTE 

The "menu" of calibration, test, and exercise rou- 
tines are in a loop that may be scrolled through in 
single steps, either forward or backward. Pressing 
the upper or lower TRIGGER MODE push buttons 
respectively increments or decrements the menu 
position by one. As each routine is selected, its 
name appears in the lower left corner of the readout 
display. 

c. Scroll to CAL 08. 

NOTE 

In this procedure, pressing the upper TRIGGER 
COUPLING button increments the routine to the 
next step. Pressing the lower TRIGGER COUPLING 
button will return to the previous step. 



d. Press and release the upper TRIGGER COUPLING 
button to initiate the routine. 



e. Connect the bench scope through 10X probe to J191 
pin 9 (main board). Set bench scope volts/div to 1 V and 
SEC/DIV to 1 ms. 



NOTE 

The Bench Scope display will be a combination of 
Trace and Readout unblanking pulses. The higher 
amplitude pulses are the Trace unblanking pulse. 
This pulse is the one the following adjustment refers 
to. To facilitate triggering, the Bench Scope trigger 
level should be adjusted to slightly less than 40 V. If 
the displayed pulse amplitude is much less than 
approximately 40 V, adjustment of the Bench Scope 
trigger level may be necessary. 



f. ADJUST— Z-Axis Drive (R949) for peak-to-peak 
pulse amplitude of +40 V. 



NOTE 

Exclude the first 0.5 division of the pulse when 
adjusting peak-to-peak amplitude. 



g. ADJUST — A control to set Max Grid Drive (in lower 
readout row) to 40 V. 



h. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 
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2. Adjust GRID BIAS (R4354) 

a. Set SCALE ILLUMINATION (front panel) to full CCW 
(OFF). 



b. ADJUST— Grid Bias (R4354) if necessary to obtain 
an X-Y dot near center screen. 



c. Position the X-Y dot adjacent to a dot in the lower 
row of readout dots using CH 1 and CH 2 position con- 
trols. 



d. ADJUST— Grid Bias (R4354) to match the intensity 
of the X-Y dot to the readout dots. (Defocusing the display 
may give better resolution.) 



e. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 



3. Adjust TRACE ROTATION (Front Panel), 
Y - AXIS (R4370), FOCUS PRE- AD JUST (FOCUS 
RANGE) (R4430), ASTIG (Front Panel) and 
GEOMETRY (R4350) 

a. Using the CH 1 Vertical POSITION control, align the 
trace with the center horizontal graticule line. 



b. Position one of the At cursors to the center vertical 
graticule line using either the A or the AREF OR DLY POS 
control. 



c. ADJUST— INTENSITY control (front panel) and 
READOUT INTENSITY control (front panel) for a comfort- 
able display. 



d. ADJUST— TRACE ROTATION control (front panel) 
to align the trace with the center horizontal graticule line. 



e. ADJUST— Y-Axis Alignment (R4370) to align the At 
cursor with the center vertical graticule line. 



f. Repeat parts d and e as necessary for the best 
aligned display. 



NOTE 

Y-Axis and TRACE ROTATION will remain adjusted 
and are not interactive of the following adjustments. 



g. Center FOCUS control (front panel). 



h. ADJUST — ASTIG control (front panel), in conjunction 
with the Focus Pre-Adjust (R4430) for the sharpest possi- 
ble display near the center graticule. 



i. Position the At cursors on (or within 0.2 division of) 
the first and eleventh vertical graticule lines using the 
AREF OR DLY POS and A controls. 



NOTE 

ADJUST X1 Horizontal Gain (R860) if necessary to 
align the At cursors as described in step i above. If 
the Horizontal Gain (R860) is adjusted, it will be 
necessary to perform CAL 01 to restore optimum 
adjustment. 



j. Position CH 1 trace near top edge of the graticule 
and position CH 2 trace near bottom edge of graticule. 



k. ADJUST — Geometry (R4350) for minimum curvature 
of both At cursors and traces. 



I. ADJUST— Edge Focus (R4342) for sharpest readout 
characters and cursor dots. 



m. Press and release the upper TRIGGER COUPLING 
switch to advance to the next step. 

4. Adjust HIGH DRIVE FOCUS (R4340) 

a. Connect a 158 MHz, 8-division signal from the Lev- 
eled Sine-Wave Generator to the CH 1 input connector via 
a 50 Q BNC cable. 



b. Center the display on the graticule. 

NOTE 

MCP Bias (R4365) may need to be adjusted slightly 
CW for a visible display. 

c. ADJUST— High Drive Focus (R4340) for the best 
overall focus of the trace. 

NOTE 

Do not disconnect the Sine-Wave Generator from 
the CH 1 input for the following two procedure 
steps. 



d. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 
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5. Adjust WRITING RATE THRESHOLD 

a. Set SCALE ILLUMINATION control to full CCW 
(OFF). 



NOTE 

As this routine is entered, the readout will display 
instructions for the test. A few seconds after the 
instructions are displayed the readout will dim. Make 
adjustments described in this section after the 
readout has dimmed. Momentarily pressing the 
BEAM FIND button will reset the test with the 
corresponding readout information. 



b. ADJUST— MCP Bias (R4365) until all zero crossings 
of sinewaves are just visible with 20 footcandles of light 
normal to the CRT faceplate. 



NOTE 

Correct adjustment of the MCP Bias is essential. If 
the adjustment can not be made as described in 
part b above because the trace is either too dim or 
too bright, the Z-Axis Drive can be changed to allow 
correct adjustment. The Z-Axis Drive is nominally 
adjusted at +40 Volt peak-to-peak signal. The 
selectable ranges are 60V, 50V, 40V, 32V, 26V, 20V, 
and 16V. If the display at part b above is too bright, 
reduce the Z-Axis Drive by pressing the lower 
TRIGGER COUPLING button three times to return 
to step 1 (Adjust Z-Axis Drive). Repeat step 1 using 
the next lower voltage setting for parts f and g. In a 
similar manner, if the trace at step 5 part b is too 
dim, repeat step 1 (Adjust Z-Axis Drive) using the 
next higher voltage setting for parts f and g and 
increasing the bench scope trigger level accordingly. 
After repeating step 1, continue on through the 
CAL 08 steps until step 5 is reached again. 



c. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 



6. Check WRITING RATE THRESHOLD 

a. CHECK— All parts of the displayed flashing sinewave 
are clearly visible (including zero crossings) with 
20 footcandles of light normal to the CRT faceplate. 



b. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 



7. Adjust Z-AXIS TRANSIENT RESPONSE (R4335) 

a. Disconnect the bench scope probe from J191 pin 9 
(main board). 

b. Disconnect the Sine-Wave Generator from CH 1 
input. 

c. ADJUST— INTENSITY control (front panel) for dim- 
mest visible trace intensity. 



d. ADJUST— Z-Axis Transient Response (R4335) for 
the most uniform intensity of the trace over the first 
0.5 division of the trace. 



e. Press and release the upper TRIGGER COUPLING 
button to conclude CAL 08. 



NOTE 

Steps 2, 4, and 5 (Grid Bias, High Drive Focus, and 
MCP Bias) are interactive. Adjustments in any of 
these three sections will require repeating CAL 08 
from the beginning until no further adjustments are 
required in these three steps. This insures proper 
Writing Rate Threshold as well as maximizing the 
MCP CRT longevity. 



5-6 



Adjustment Procedure— 2465B/2467B Service 

2465B CRT ADJUSTMENTS 



Equipment Required (see Table 4-1) 

Leveled Sine-Wave Generator (Item 2) Alignment Tool (Item 20) 

50 Q BNC Cable (Item 10) 



See ADJUSTMENT LOCATIONS 1, ADJUSTMENT LOCATIONS 2, and ADJUSTMENT LOCATIONS 4 

at the back of this manual for test point and adjustment locations. 



NOTE 

When performing the following automatic cal steps, 
initial setting of the front-panel controls is not 
required. 



1. Adjust GRID BIAS (R1878) 

a. Simultaneously press in and hold the At and the AV 
push buttons, then press and hold the SLOPE button. 
Hold all three buttons in for approximately one second, 
then release them. 



b. CHECK — Top line of the readout display says: 
"DIAGNSTIC. PUSH A/B TRIG TO EXIT". 



NOTE 

The "menu" of calibration, test, and exercise rou- 
tines are in a loop that may be scrolled through in 
single steps, either forward or backward. Pressing 
the upper or lower TRIGGER MODE push buttons 
respectively increments or decrements the menu 
position by one. As each routine is selected, its 
name appears in the lower left corner of the readout 
display. 



c. Scroll to CAL 08. 



NOTE 

In this procedure, pressing the upper TRIGGER 
COUPLING button increments the routine to the 
next step. Pressing the lower TRIGGER COUPLING 
button will return to the previous step. 



d. Press and release the upper TRIGGER COUPLING 
button to initiate the routine. 



e. Set SCALE ILLUMINATION control (front panel) full 
CCW (Off). 



f. ADJUST— Grid Bias (R1878) if necessary to obtain 
an X-Y dot near center screen. 



g. Position the X-Y dot adjacent to a dot in the lower 
row of readout dots using CH 1 and CH 2 position con- 
trols. 



h. ADJUST— Grid Bias (R1878) to match the intensity 
of the X-Y dot to the readout dots. (Defocusing the display 
may give better resolution.) 



i. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 



2. Check Grid Bias Adjustment 

a. Set SCALE ILLUMINATION control (front panel) full 
CCW (Off). 



b. CHECK— A dim X-Y dot is visable near graticule 
center. 



c. Set INTENSITY control (front panel) full CCW (Off). 



d. CHECK— The dot is no longer visable with the 
INTENSITY Off. 
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NOTE 

If the dot is not present in the first part of the check 
or does not fully disappear during the second part of 
the check; the Grid Bias adjustment step should be 
repeated. To repeat the Grid Bias Adjust step, press 
the lower TRIGGER COUPLING button once to 
return td the Grid Bias Adjustment step and repeat 
step 1 above. 



e. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 



3. Adjust TRACE ROTATION (Front Panel), 
Y-AXIS (R4370), FOCUS PRE- AD JUST (FOCUS 
RANGE) (R4430), ASTIG (Front Panel) and 
GEOMETRY (R4350) 

a. Using the CH 1 Vertical POSITION control, align the 
trace with the center horizontal graticule line. 



b. Position one of the At cursors to the center vertical 
graticule line using either the A or the AREF OR DLY POS 
control. 



c. ADJUST— INTENSITY control to align the trace with 
the center horizontal graticule line. 



d. ADJUST— TRACE ROTATION control (front panel) 
to align the trace with the center horizontal graticule line. 



e. ADJUST— Y-Axis Alignment (R1848) to align the At 
cursor with the center vertical graticule line. 



f. Repeat parts d and e as necessary for the best 
aligned display. 



NOTE 

Y-Axis and TRACE ROTATION will remain adjusted 
and are not interactive of the following adjustments. 



g. ADJUST— ASTIG control (front panel), in conjunction 
with the FOCUS control (front panel) for the sharpest pos- 
sible display near the center graticule area. 



h. Position the At cursors on (or within 0.2 division of) 
the first and eleventh vertical graticule lines using the 
AREF OR DLY POS and A controls. 



NOTE 

Adjust X1 Horizontal Gain (R860) if necessary to 
position the At cursors as described in step h above. 
If the Horizontal Gain (R86Q) is adjusted, it will be 
necessary to perform CAL 01 to restore optimum 
adjustment. 



i. ADJUST— Geometry (R1870) for minimum curvature 
of both At cursors. 

j. ADJUST— READOUT INTENSITY control (front 
panel) to the OFF position. 

k. Using the CH 2 Vertical POSITION control, set the 
CH 2 trace off screen. 



I. Connect a 50 kHz, 8-division signal from the Leveled 
Sine-Wave Generator to the CH 1 input connector via a 
50 Q BNC cable. 



m. Center the display on the graticule. Set INTENSITY 
control as necessary for a well defined display. 



n. ADJUST— Edge Focus (R1864), FOCUS control 
(front panel), and ASTIG control (front panel) for the most 
uniform focus over the entire display. 

NOTE 

Slight interaction between Geometry, Edge Focus, 
and Focus, and Astigmatism is normal. To achieve 
optimum edge focus it may be necessary to slightly 
compromise the Geometry adjustment. 



o. Disconnect the Sine-Wave Generator from the CH 1 
input. 



p. ADJUST— READOUT INTENSITY control to display 
At cursors and readout information. 



q. CHECK — Readout characters remain focused. 

r. REPEAT — Parts i through q as necessary to obtain 
optimum focus. 

s. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 
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4. Adjust HIGH DRIVE FOCUS (R1842) 

a. Connect a 10 MHz, 6-division signal from the Leveled 
Sine-Wave Generator to the CH 1 input connector via a 
50 Q BNC cable. 



b. Center the display on the graticule. 

c. ADJUST— Horizontal POSITION control to view the 
sweep start. 

d. ADJUST— High Drive Focus (R1842) for the best 
overall focus of the trace. 

NOTE 

Do not disconnect the Sine-Wave Generator from 
the CH 1 input. 

e. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 



5. Adjust HORIZONTAL DYNAMIC CENTERING 
(R3401) 

a. Center the display on the graticule. 



b. ADJUST— Horizontal Dynamic Centering (R3401) for 
minimum horizontal display shift as the INTENSITY control 
(front panel) is repeatedly changed from minimum to max- 
imum trace intensity. 



Adjustment Procedure— 2465B/2467B Service 

NOTE 

Disregard any vertical shift of the waveform during 
the adjustment. 

c. Disconnect the Sine-Wave Generator from the CH 1 
input. 



d. Press and release the upper TRIGGER COUPLING 
button to advance to the next step. 



6. Adjust VERTICAL DYNAMIC CENTERING 
(R3407) 

a. ADJUST— Vertical Dynamic Centering (R3407) for 
minimum vertical deflection of the intensified zone with 
respect to the trace. 



NOTE 

Correct adjustment will align the intensified zone 
with the trace such that a single horizontal trace 
results with no vertical deflection difference between 
the trace and the intensified zone. 



b. Press and release the upper TRIGGER COUPLING 
button to conclude CAL 08. 
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CH 1 AND CH 2 INPUT CAPACITANCE, AND VERTICAL 
READOUT JITTER ADJUSTMENTS 



Equipment Required 




Calibration Generator (Item 3) 


Alignment Tool (Item 20) 


50J2BNC Cable (Item 10) 


Normalizer (Item 22) 


50 fi Termination (Item 12) 




See ADJUSTMENT LOCATIONS 3 


and ADJUSTMENT LOCATIONS 4 



at the back of this manual for test point and adjustment locations. 



Initial Control Settings. 

Control settings not listed do not affect the procedure. 



VERTICAL VOLTS/DIV 

CH 1 and CH 2 100 mV 

CH 1 and CH 2 VAR In detent 



Input Coupling 

CH 1 and CH 2 1 Mfi DC 

VERTICAL MODE 

CH 1 On 

CH 2, CH 3, CH 4 Off 
ADD, INVERT, and 

BW LIMIT Off 

ALT/CHOP ALT 

VERTICAL POSITION 

CH 1 Midrange 



Delta 

AV and At 

INTENSITY 
READOUT INTENSITY 

SCALE ILLUM 
FOCUS 



Off (press and release until 
readout display disappears) 

Left of center 

As required for a 

visible display 

Fully CCW 

Best focused display 



1. Adjust CH 1 and CH 2 Input Capacitance (C105 
and C205). 

NOTE 

The objective of this adjustment is to match the 
input capacitance of the 50 mV per division position 
of the VOLTS/DIV switches to the 0.1 mV per divi- 
sion position. The front corner of an input square- 
wave signal is used to indicate when the 
capacitances are matched. 



a. Connect a 1 kHz square-wave signal from the Cali- 
bration Generator high-amplitude output to the CH 1 OR X 
input connector via a 50 n BNC cable, a 50 Q termination, 
and a normalizer. Adjust the generator output level for a 
6-division signal vertically centered on the graticule. 



Horizontal 

A SEC/DIV 
SEC/DIV VAR 
Horizontal POSITION 



TRIGGER 

MODE 

SOURCE 

COUPLING 

SLOPE 

LEVEL 

HOLDOFF 



100 *ts (knob in) 
In detent 
Midrange 



AUTO LVL 

VERT 

DC 

+ (plus) 
Midrange 
In detent 



b. Set the normalizer for a square front corner over 
approximately the first 40 /ts (0.4 division) of the positive 
portion of the waveform. 



c. Change the CH 1 VOLTS/DIV switch to the 50 mV 
position and adjust the generator for a 6-division signal 
display. 



d. ADJUST— The CH 1 50 mV C Adj (C105 on the 
Main Board) for the same waveform front corner noted in 
part b. 
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e. Repeat parts b through d until no change is observed 
in the waveform front corner when the CH 1 VOLTS/DIV 
switch is alternated between the 50 mV and 0.1 V posi- 
tions. When switching between positions, reestablish the 
reference display amplitude at each position, and observe 
the square-wave front corner to make the comparison. 



f. Move the input signal to CH 2 and change the VERT- 
ICAL MODE to display CH 2 only. Adjust the generator 
amplitude for a 6-division signal amplitude. 



g. Set the normalizer for a square front corner over 
approximately the first 40 *ts (0.4 division) of the positive 
portion of the waveform. 



h. Change the CH 2 VOLTS/DIV switch to the 50 mV 
position and adjust the generator for a 6-division display. 



i. ADJUST— The CH 2 50 mV C Adj (C205 on the Main 
Board) for the same waveform front corner noted in 
part g. 



j. Repeat parts g through i until no change is observed 
in the waveform front corner when the CH 2 VOLTS/DIV 
switch is alternated between the 50 mV and 0.1 V posi- 
tions. When switching between positions, reestablish the 
reference signal amplitude at each position, and observe 
the square-wave front corner to make the comparison. 



a. Set: 



VERTICAL 



CH 1 Input Coupling 50 Q DC 

CH 1 VERTICAL MODE On 
CH 2, CH 3, and 

CH 4 VERTICAL MODE Off 



Horizontal 

A SEC/DIV 



500 *ts (knob in) 



b. Press and release the AV button to obtain a AV 
display. 



c. Use the A REF OR DLY POS control to position one 
cursor 3 divisions above graticule center. Use the A con- 
trol to position the other cursor 3 divisions below graticule 
center. 



d. Connect a 1 kHz, fast-rise signal from the Calibration 
Generator to the CH 1 OR X input connector via a 
50 Q BNC cable. 



e. Set the generator output level for an 8-division 
display. 



k. Disconnect the test setup. 



f. Use the CH 1 Vertical and Horizontal POSITION con- 
trols to center the CH 1 display on the graticule. 



2. Adjust Vertical Readout Jitter (R618). 

NOTE 

If the previous step was not performed, first set up 
the Initial Control Settings before, then proceed as 
follows. 



g. ADJUST— Vertical Readout Jitter (R618) for 
minimum vertical jitter of the readout characters and 
cursors. 



h. Disconnect the test setup. 
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AUTOMATIC CALIBRATION CONSTANTS, HORIZONTAL AND VERTICAL 
GAIN, CENTERING, AND TRANSIENT RESPONSE ADJUSTMENTS 



NOTE 

Within the following procedures, the calibration constants for timing, vertical gain, trigger level, transient 
response, and parametric measurements are generated by the system microprocessor and are stored in nonvo- 
latile memory. The adjustments in CAL 01, 02, 03, 06, 07, and 09 should be performed in sequence; i.e., CAL 
01 should be done before CAL 02, CAL 02 should be done before CAL 03, etc. Performing partial procedures 
(i.e., only one or two of the CAL steps) is not recommended and should only be done if the calibration constants 
that would have been set in the preceding steps are known to be correct. 

The CAL functions are available only if the CAL/NO CAL jumper (P501 on the Control Board) is in the CAL 
position (between pins 2 and 3) when power is turned on. When the automatic calibration procedures are com- 
pleted, return the jumper to the NO CAL position to prevent entry into the calibration routines. 

When performing the automatic CAL steps, initial setting of the front-panel controls is not required. 



Equipment Required (see Table 4-1) 




Calibration Generator (Item 3) 


5X Attenuator (Item 17) 


Time-Mark Generator (Item 6) 


Digital Multimeter (DMM) (Item 19) 


Oscilloscope (Item 7) 


Alignment Tool (Item 20) 


50 fi BNC Cable (Item 10) 


Tunnel Diode Pulser (Item 23) 


Dual-Input Coupler (Item 11) 





See ADJUSTMENT LOCATIONS 4 

at the back of this manual for test point and adjustment locations. 
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CAL 01— HORIZONTAL 



1. Check/Adjust Horizontal Timing, X1 Gain 
(R860), X10 Gain (R850), Hrz Ctr (R801), and Trans 
Resp (R802). 

a. Simultaneously press in and hold the At and the AV 
push buttons, then press and hold the SLOPE switch. 
Hold all three switches in for approximately one second, 
then release them. 



NOTE 

The CALIBRATOR output will go to Its LO level on 
odd CAL steps and to its HI level on even steps. 



f. CHECK— Readout indicates ADJUST A, (step) 0, 
CH 1 PROBE TO TP800 ON MAIN BD. 



g. Connect a P6137 probe from CH 1 to TP800, at rear 
of main board near readout connector. 



b. CHECK — Top line of the readout display says: 
"DIAGNSTIC. PUSH A/B TRIG TO EXIT". 



h. ADJUST — A REF to center signal on displayed cur- 
sors, and ADJUST — A control to join traces. 



NOTE 

The "menu" of calibration, test, and exercise rou- 
tines are in a loop that may be scrolled through in 
single steps, either forward or backward. Pressing 
the upper or lower TRIGGER MODE switch respec- 
tively increments or decrements the menu position 
by one. As each routine is selected, its name 
appears in the lower left corner of the readout 
display. 

When performing a calibration step, touch only the 
specific control or controls called out in the pro- 
cedure. Movement of other controls may cause 
erroneous calibration results. 



i. Press and release the upper TRIGGER COUPLING 
switch. 



j. CHECK— CALIBRATOR output voltage is mV 
:1 mV. 



k. Disconnect the probe from TP800 and from the CH 1 
Input. 



I. CHECK— Readout indicates ADJUST A (step) 1, 
1 00 lis (for A Sweep), and 1 lis (for B Sweep). 



c. Scroll to CAL 01 . 



I CAUTION ( 

Upon entering CAL 01, the Input Coupling is 
automatically set to 50 (2 DC and the 50 S2 OVER- 
LOAD protection is disabled. Before starting the pro- 
cedure, make sure any 50 Q OVERLOAD condition 
has been cleared. 



NOTE 

The readout prompts the operator by showing the 
control to be moved (upper left corner), the autocal 
step number (upper right corner), the A-Sweep 
speed (bottom right center), and the B-Sweep speed 
(bottom right corner) as set up by the routine. An 
example (from step I above) is: 



ADJ A 



100 lis 1 lis 



NOTE 

In this procedure, pressing the upper TRIGGER 
COUPLING switch stores the current calibration 
parameter being set and increments the routine to 
the next step (except where otherwise noted). 

d. Connect the DMM, set to measure approximately 
500 mV, to the CALIBRATOR output. 



e. Press and release the upper TRIGGER COUPLING 
switch. 



m. Connect the Time-Mark Generator, set for 0.1 ms 
time markers, to the CH 1 OR X input connector via a 
50 12 BNC cable. 



n. Set: 
VOLTS DIV 

TRACE SEP 



As needed for a 
convenient signal 
display amplitude 

As needed to separate the 
A and B Sweeps 
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CH 1 POSITION As needed to view both 

A and B Sweeps 

Horizontal POSITION Position start of trace at 
the left graticule line 

NOTE 

In the following calibration routine some sequen- 
tial pairs of steps are iterative, i.e., the earlier 
step is recalled if an adjustment is made in the 
later step. Occasionally, on the earlier of some of 
these pairs, the readout may indicate "LIMIT" 
before the correct control setting is reached. If 
this occurs, proceed to the next AUTOMATIC 
CAL step. After the adjustment at the next step 
is performed, the previous step will automatically 
be recalled, and the adjustment may be per- 
formed in the normal manner. 



w. CHECK— Readout indicates ADJ A (step) 4, 100 ms 
(for A Sweep), and 1 us (for B Sweep). Set the Time-Mark 
Generator for 5 us time markers. 



x. ADJUST — A control CCW until no further movement 
of the B Sweep display occurs. Note the position of the 
1st time marker, then adjust the A control CW until the 
2nd time marker moves to the left and aligns with the 
position just noted. 

NOTE 

Movement of the A REF control at this point will 
adversely affect the calibration. 

y. Press and release the upper TRIGGER COUPLING 
switch. Set the Time-Mark Generator for 10 ms time 
markers. 



o. ADJUST— A REF OR DLY POS and A controls to 
align both the intensified zones with the 6th time marker 
(near graticule center) and to superimpose the delayed B- 
ep time markers. Press and release the upper TRIGGER 
COUPLING switch. 



p. CHECK—CALIBRATOR output voltage is between 
398 mV and 402 mV of the reading noted in part j. Discon- 
nect the DMM when through. 



q. CHECK— Readout indicates ADJ A (step) 2, 100 us 
(for A Sweep), and 1 *ts (for B Sweep). 



z. CHECK— Readout indicates X1, X10, HRZ CTR, 
(step) 5, and 1 ms (for A Sweep) and two vertical cursors 
appear on the display. 



aa. ADJUST— X1 Gain (R860) and Hrz Ctr (R801) to 
align the two cursors with the 2nd and 10th vertical grati- 
cule lines, then adjust X10 Gain (R850) for 1 time marker 
per division. 



bb. Press and release the upper TRIGGER COUPLING 
switch. Set the Time-Mark Generator for 10 ms time 
markers. 



r. ADJUST— A REF OR DLY POS control to intensify 
the 2nd time marker, and ADJUST — A control to intensify 
the 10th time marker. Superimpose the delayed B Sweep 
time markers within 0.2 division. 



s. Press and release the upper TRIGGER COUPLING 
switch. 



cc. CHECK— Readout indicates ADJ, (step) 6, 10 ms 
(for A Sweep), and 1 00 fts (for B Sweep). 



dd. ADJUST— A REF OR DLY POS control to intensify 
the 2nd time marker, and ADJUST — A control to intensify 
the 1 0th time marker. Superimpose the delayed B Sweep 
time markers within 0.2 division. 



t. CHECK— Readout indicates ADJ A (step) 3, 300 jus 
(for A Sweep), and 1 us (for B Sweep). 



u. ADJUST— A REF OR DLY POS control to intensify 
the 4th time marker, and ADJUST — A control to intensify 
the 28th time marker. Superimpose the delayed B Sweep 
time markers within 1 division. 



v. Press and release the upper TRIGGER COUPLING 
switch. If the adjustment in step 3 was changed, step 2 
will be recalled; otherwise step 4 will be initiated. 



ee. Press and release the upper TRIGGER COUPLING 
switch. Set the Time-Mark Generator for 1 time 
markers. 



ff. For each step in Table 5-2, do the following: 



1 . Adjust the A REF OR DLY POS and A controls, 
as necessary, to intensify the indicated time 
marks on the A Sweep and superimpose the 
displayed B Sweep markers within the listed 
limits. 
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2. Press and release the upper TRIGGER COU- 
PLING switch. 



Set the TRACE SEP fully CW. 



NOTE 

If the A control is adjusted at step 9, 12 or 
14, the previous step will be repeated. 



hh. Connect the Time Mark Generator output to CH 1 
of both the IUT (instrument under test) and the bench 
scope via a BNC "T" and two 50 Q BNC cables. Connect 
B GATE OUT of IUT to CH 2 of bench scope via a 50 
Q BNC cable. 



ii. Set bench scope to view CH 1 , with TRIGGER 
SOURCE CH 2. CH 1 and CH 2 coupling 50 £2. 



Table 5-2 
Horizontal Timing 



Step 
Number 


Time-Marker 
Period 


AREF 
Marker 


A 

Marker 


Superposition 
Tolerance In 
Divisions 


7 


1 /tS 


2 


10 


0.2 


8 


2 /is 


2 


10 


0.2 


9 


2 ms 


4 


28 


1.2 


10 


10 US 


2 


10 


0.2 


11 


50 fis 


2 


10 


0.2 


12 


50 


4 


28 


1.2 


13 


0.5 (is 


2 


10 


0.2 


14 


0.5 ijS 


4 


28 


1.2 


15 


50 ns 


3 


19 


0.2 


16 a 


20 ns 


2 


10 


0.1 



"Use the A control to adjust for approximately 1 Time-Marker 
per division. Set Time Mark Generator for 2 ns markers. Adjust 
volts/div for display amplitude of > 3 divisions. Adjust the A 
control to superimpose the displayed B Sweep Markers. 
Return volts/div to original amplitude after making the adjust- 
ment. 



jj. For each step in Table 5-3 (except step 28), adjust 
the A control for roughly the listed number of markers over 
the center 8 divisions, then superimpose markers on 
bench scope screen. Manually set SEC/DIV setting of 
bench scope to keep a usable time mark as listed in Table 
5-3. Use IUT DELAY POS to bring markers on screen. 
Some sweep speeds might require adjusting holdoff to see 
both markers. When markers are superimposed, press and 
release the upper TRIGGER COUPLING switch. If the A 
control is adjusted at step 18, 20, 23, or 25, the previous 
step will be repeated. At step 28, adjust Trans Resp (R802 
on the Main Board) as indicated. 



NOTE 

Change the CH 1 VOLTS/DIV switch setting as 
necessary to maintain adequate signal display 
amplitude. 

Step 28 requires the 2 ns time marks to be input 
through a dual input coupler to CH 1 and CH 2. 
Center the two waveforms. 

NOTE 

If the remainder of the Adjustment Procedure will not 
be performed (in totality), readjustment of Horizontal 
Readout Jitter (R805) may be necessary if the X1 
Gain (R860) or the X10 Gain (R850) was changed. 
See subsection 2 on page 5-16 for that procedure. 
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Table 5-3 
Horizontal Timing 





Bench Scope 


Time-Marker 


Markers Over 


Bench Scope Superposition 


Step No. 


Time/DIV 


Period 


8 Divisions 


Tolerance in Divisions 


17 


200 ns and X10(20 ns) 


1 fiS 


8 


0.2 


18 


200 ns and X1 0(20 ns) 


1 MS 


24 


1.2 


19 


500 ns and X1 0(50 ns) 


2 MS 


8 


0.2 


20 


500 ns and X10 (50 ns) 


2 MS 


24 


1.2 


21 


2 ms and X1 0(200 ns) 


10 MS 


8 


0.2 


22 


10 tis and X10 (1 i*s) 


50 ms 


8 


0.2 


23 


10 and X10(1 ms) 


50 MS 


24 


1.2 


24 


100 ns and X10(10 ns) 


500 ns 


8 


0.2 


25 


100 ns and X10(10 ns) 


500 ns 


24 


1.2 


26 


20 ns and X10 (2 ns) 


100 ns 


8 


0.2 


27 


20 ns and X10(2 ns) a 


20 ns 


8 


0.2 


28 


na 


2 ns 


2 b 


na 


29 


200 ^ and X10(20 ms) 


1 ms 


8 


0.2 


30° 


na 


5 ns 


8 


na 


31 c 


na 


10 ns 


8 


na 


32 ce 


na 


10 ns 


8 


na 


33^ 


na 


2 ns 


4 


na 


34 de 


na 


2 ns 


4 


na 



•Use the A control to adjust for approximately 1 Time-Marker per division. Set Time Mark Generator for 5 ns markers. Adjust the A 
control to superimpose the displayed bench scope display. The bench scope holdoff may require adjustment. 
"Adjust Trans Resp (R802) for precisely 2 cycles between the 2nd and 10th graticule lines at the INTERSECTIONS on the two 
waveforms. 



'Adjust volt/div for > 3 division amplitude. Adjust A for 1 time marker per division over the center 8 divisions. 
"Adjust volt/div for 1 to 4 division amplitude. Adjust A for 1 time marker per 2 divisions over the center 8 divisions. To do this, set 
Horizontal Position control CCW and note end of sweep timing over the center 8 divisions. Return Horizontal Position control CW to 
locate beginning of sweep. Some compromise of the A adjustment may be necessary to obtain best timing accuracy over the 
center 8 divisions at the start and end of sweep. 
"Steps 32, 33, and 34 are for 2465B instruments with serial numbers B012946 and above, and 2467B instruments with serial numbers 
B010537 and above. 



kk. Disconnect the test setup. 

CAL 02— VERTICAL 

2. Check/Adjust Vertical Preamplifier Gain, Gain 
(R638), and Vertical Centering (R639). 

NOTE 

If the previous step (CAL 01) was not performed, the 
adjustments in this subsection should only be per- 
formed if those constants that would have been set 
in CAL 01 are known to be correct. 



c. Press and release the upper TRIGGER COUPLING 
switch. The instrument will automatically increment 
through steps 100 to 110. 

d. CHECK— Readout indicates CH 1 VAR, CH2 POS, 
(step) 1 1 1 , 500 mV. 

NOTE 

The readout prompts the operator by showing the 
controls to be moved (upper left corner and upper 
center), the autocal step number (upper right corner), 
the amplitude of signal to be applied to either the 
CH 1 or CH 2 connectors (lower left corner), and any 
other scope function that is enabled. An example 
(from step d above) is: 



a. Set the front-panel INTENSITY control at midrange. 

b. Scroll to CAL 02. 



CH1 VAR CH2 POS 111 
500 mV 
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e. Connect a 0.5 V, standard-amplitude signal from the 
Calibration Generator to the CH 1 OR X input connector 
via a 50 Q BNC cable. 



f. Use the CH 2 POSITION control to vertically position 
the trace to within 1 division of the center graticule line. 



g. ADJUST— CH 1 POSITION and VOLTS/DIV VAR 
controls to obtain a 10-division horizontal signal. Press 
and release the upper TRIGGER COUPLING switch. 



NOTE 

When step 111 is performed, step 112 is also 
automatically done. No indication of step 1 12 will be 
shown unless a LIMIT error is indicated. 



NOTE 

In the following steps, if the 'LIMIT' message 
appears, it probably indicates that the TRIGGER 
COUPLING (step) switch was moved before the 
required signal was applied. Press and release the 
lower TRIGGER COUPLING switch, verify that the 
correct signal is applied, then press and release the 
upper TRIGGER COUPLING switch. 



h. CHECK — First step number listed in Table 5-4 
appears in the readout. 

Table 5-4 
Vertical Calibration Signals 



Autocal Step 
Readout Display 


Standard-Amplitude 
Signal to Apply 


113 a 


0.5 V 


115 


0.2 V 


116 


0.1 V 


117 


50 mV 


118 


20 mV 


119 


1 V 


120 


10 V 



"When step 113 is performed, step 114 is also automatically 
done. No indication of step 114 will be shown unless a LIMIT 
error is encountered. 

i. Apply the corresponding standard-amplitude signal 
from the Calibration Generator, then press and release the 
upper TRIGGER COUPLING switch. 



j. Repeat steps h and i for each step-signal combination 
listed in Table 5-4. 



k. Move the signal to the CH 2 input connector. 



I. CHECK— Readout indicates CONNECT SIGNAL TO 
CH 2, (step) 121 , 500 mV, 500 mV, and BWL 



m. Set the Calibration Generator for a 500 mV 
standard-amplitude signal, then press and release the 
upper TRIGGER COUPLING switch. 



NOTE 

When step 121 is performed, step 122 is also 
automatically done. No indication of step 122 will be 
shown unless a LIMIT error is indicated. 



n. CHECK — First step number listed in Table 5-5 
appears in the readout. 

o. Apply the corresponding standard-amplitude signal, 
then press and release the upper TRIGGER COUPLING 
switch. 



p. Repeat steps n and o for each step-signal combina- 
tion listed in Table 5-5. 



Table 5-5 
Vertical Calibration Signals 



Autocal Step 
Readout Display 


Standard-Amplitude 
Signal to Apply 


123 a 


0.5 V 


125 


0.2 V 


126 


0.1 V 


127 


50 mV 


128 


20 mV 


129 


1 V 


130 b 


10 V 



"When step 123 is performed, step 124 is automatically done. 
No indication of step 124 will be shown unless a LIMIT error is 
encountered. 

b When step 130 is performed, step 131 is automatically done. 
No indication of step 131 will be shown unless a LIMIT error is 
encountered. 
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q. CHECK— Procedure automatically steps through 
steps 132-141 (DC balance). 



r. CHECK— Readout indicates CONNECT SIGNAL TO 
CH 1, 50mV, and BWL. 



s. Move the signal to the CH 1 OR X input connector 
and set the Calibration Generator for a 50 mV standard- 
amplitude signal, then press and release the upper 
TRIGGER COUPLING switch. Wait approximately 
10 seconds for automatic calibration of the AV cursors. 



t. CHECK— Readout indicates VERT CENTER GAIN. 



u. ADJUST— Gain (R638) for precisely 5 divisions 
between the two horizontal cursors. 



v. ADJUST— Vertical Centering (R639) to center the 
cursors on the graticule (align the cursors with the dotted 
0% and 100% graticule lines). 

w. Press and release the upper TRIGGER COUPLING 
switch. The microprocessor continues calibrating the verti- 
cal. Remove signal from CH 1 input. 



CAL 03— TRIGGERING 



3. Check/Adjust Triggering. 

NOTE 

If the previous steps (CAL 01 and CAL 02) were not 
performed, the adjustments in this subsection should 
only be performed if those constants that would 
have been set in CAL 01 and CAL 02 are known to 
be correct and if a DC Balance has been performed 
after a 20-minute warmup period. 



a. Scroll to CAL 03. 



b. Press and release the upper TRIGGER COUPLING 
switch. 



c. CHECK— Procedure automatically steps from 200 
through 214 and stops at 215. 



d. CHECK— Readout indicates CH 1 , 500 mV, and 
(step) 215. 



NOTE 

The readout prompts the operator by showing which 
connector the input signal should be applied to 
(upper left corner), the amplitude of that signal 
(upper center), and the autocal step number (upper 
right corner). An example (from step d above) is: 

CH1 500mV 215 



e. Connect a 0.5 V standard-amplitude signal from the 
Calibration Generator to the CH 1 OR X input connector 
via a 50 Q BNC cable. 



f. Press and release the upper TRIGGER COUPLING 
switch. 



g. CHECK— Readout indicates CH 1, 500 mV, and 
(step) 216. 



h. Press and release the upper TRIGGER COUPLING 
switch. 



i. CHECK— Readout indicates CH 2, 500 mV, and 
(step) 217. 



j. Move the signal to the CH 2 input connector. Press 
and release the upper TRIGGER COUPLING switch. 



k. CHECK— Readout indicates CH 3, 500 mV, and 
(step) 218. 



I. Move the signal to the CH 3 input connector. Press 
and release the upper TRIGGER COUPLING switch. 



m. CHECK— Readout indicates CH 3, 2V, and 
(step) 219. 



n. Change the generator output level to 2 V, then press 
and release the upper TRIGGER COUPLING switch. 



o. CHECK— Readout indicates CH 4, 500 mV, and 
(step) 220. 



p. Move the signal to the CH 4 input connector and 
change the generator output level to 0.5 V. Press and 
release the upper TRIGGER COUPLING switch. 
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q. CHECK— Readout indicates CH 4, 2V, and 
(step) 221 . 



r. Change the generator output level to 2 V, then press 
and release the upper TRIGGER COUPLING switch. 



TRIGGER 

SOURCE 
MODE 
COUPLING 
SLOPE 



CH 1 

AUTO LVL 
DC 

+ (plus) 



s. Disconnect the test setup. 



g. Set the generator amplitude for a 3- to 5-division 
display amplitude. Use the CH 1 and CH 2 POSITION con- 
trols to vertically overlay the traces near the center of the 
graticule area. 



CAL 04— CH 2 DELAY ENABLE/DISABLE 

4. Check/ Adjust CH 2 Delay Enable/Disable. 

a. Scroll to CAL 04. 



b. Press and release the upper TRIGGER COUPLING 
switch to initiate the routine. 



h. Set the Horizontal POSITION control to set the rising 
edge of the signal near the center vertical graticule line. 

i. Press the X10 MAG button to obtain a magnified 
display. 



j. Pull out the SEC/DIV knob. 



c. CHECK— Readout alternately indicates "ENABLED" 
and "DISABLED" each time the upper TRIGGER COU- 
PLING switch is pressed and released. 



k. CHECK— Readout indicates "CH 2 DLY— TURN Q" 
and that the A control will move the leading edge of the 
CH 2 trace at least 1 division to either side of the CH 1 
trace. 



d. Leave the readout display indicating "ENABLED". 
Press and release the A/B TRIG button to exit the routine. 



e. Connect a 100 kHz, positive-going signal from the 
Calibration Generator fast-rise output to the CH 1 OR X 
and CH 2 input connectors via a 50 Q BNC cable, a 
5X attenuator, and a Dual-Input Coupler. 



f. Set: 



VERTICAL MODE 

CH 1 and CH 2 



VOLTS/DIV 

CH 1 and CH 2 



On 



10 mV 



I. ADJUST — A control to superimpose the leading 
edges. 

m. Push in the SEC/DIV knob. 



NOTE 

If the CH 2 Delay Adjust feature is to be disabled for 
normal instrument use, perform the following steps; 
otherwise, proceed to CAL 05. 



n. Reenter the Diagnostic Monitor by pressing the AV 
and At buttons simultaneously (hold them in), then press 
and hold the TRIGGER SLOPE button. Release the but- 
tons after about 1 second. 



o. Scroll to CAL 04. 



Input Coupling 

CH 1 and CH 2 



50 fi DC 



p. Press and release the upper TRIGGER COUPLING 
switch until the readout indicates "DISABLED." 



Horizontal 

A SEC/DIV 



5 ns (knob in) 



q. Press and release the A/B TRIG button to return to 
normal operating mode. 
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CAL 05— Set HRS ON and PWR ON/OFF 
cycles. 

5. Check/Adjust Hours On and Power On/Off 
cycles. 

a. Scroll to CAL 05. 



b. Press and release the upper TRIGGER COUPLING 
switch to initiate the routine. 



c. CHECK— Readout indicates HRS ON xxx PWR 
ON/OFF xxx A REF HRS A PWR PUSH MAG 10/1. 



d. Press and release the lower TRIGGER SOURCE and 
then press and release the lower TRIGGER MODE to 
reset HRS ON and PWR ON/OFF to zero. 

NOTE 

HRS ON and PWR ON/OFF can be set to any value 
from 0-99999 with the A REF and A controls. The 
X10 MAG Switch can be used to select increment by 
10 or increment by 1 mode. 

e. Press and release the lower TRIGGER COUPLING 
switch to exit routine. 



CAL 06-VERTICAL TRANSIENT RESPONSE 



6. Check/Adjust Vertical Transient Response 

NOTE 

If CAL 02 was not performed, the adjustments in 
this subsection should only be performed if those 
constants that would have been set in CAL 02 are 
known to be correct. 



a. Scroll to CAL 06. 



b. Press and release the upper TRIGGER COUPLING 
button to initiate the routine. 



c. CHECK— Readout indicates ADJ A (step) 1, 10 mV, 
100 ns. 



d. Connect the high-amplitude output of the Calibration 
Generator to the CH 1 OR X input connector via a 50 ohm 
BNC cable, a Tunnel Diode Pulser, and a 5X attenuator. 



e. Set the generator Period switch to 1 00 kHz, and set 
the generator amplitude control to maximum. 



f. Rotate the pulser Trigger control CW (from a fully 
CCW position) until a stable pulse first appears on the gra- 
ticule. Over adjustment of the pulser Trigger control will 
lead to erroneous transient response adjustment. Display 
amplitude will be approximately 5 divisions. The oscillo- 
scope TRIGGER LEVEL control may need to be adjusted 
to obtain a stable trigger. 



NOTE 

As a guide when performing the following adjust- 
ments, optimum performance is achieved when the 
CH 1 and CH 2 step response aberrations are < 4% 
over the first 10 ns of the pulse when using 
10 mV/division deflection factors (*s 0.2 division on a 
5-division signal). 



g. Press and release the upper TRIGGER COUPLING 
button twice to advance to step 3. 

h. CHECK— Readout indicates ADJ A (step) 3, 10 mV, 
10 ns. 



i. ADJUST— Trans Resp Adjustments C403, R411, 
L403, R417, and A for flattest corner over first 5 ns. The 
total system will tune best if the indicator cursor is in the 
7th or 8th horizontal division. 

NOTE 

Inductor L403 is a selectable component chosen to 
match transient response characteristics of the Verti- 
cal system. If spreading the coil turns will not correct 
the front corner overshoot, a smaller value coil 
should be installed. Likewise, a larger coil can be 
installed to raise the front corner. The proper coils to 
use are: 

90 nH-5 turn inductor Part No. 108-0620-00 
80 nH-4 turn inductor Part No. 108-0552-00 
60 nH-3 turn inductor Part No. 108-0420-00 
45 nH-2 turn inductor Part No. 108-0578-00 



j. Turn A SEC/DIV VAR control CCW and ADJUST 
CRT termination (R1501) for flattest waveform over the 
first 0.2 division. 



k. Set SEC/DIV VAR to detent. 



I. Press and release the upper TRIGGER COUPLING 
button. 
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m. CHECK— Readout indicates ADJ A (step) 4, 10 mV, 
100 ns. 



n. Connect the high amplitude generator, Tunnel Diode 
Pulser, 5X attenuator combination to CH 2 input via a 
50 ohm BNC cable. 



NOTE 

Pressing the lower TRIGGER COUPLING button at 
any step of CAL 06 will return to step 1. By then 
pressing the upper TRIGGER COUPLING button 
repeatedly, the routine can be advanced to the 
desired step. This is useful for cal steps 1, 2, 3, and 
4 which may require some compromise of adjust- 
ments. 



o. ADJUST — A for the flattest waveform. 



NOTE 

Some compromise may be necessary between 
step 3 and 4 for the flattest corner over first 5 ns. 



p. Press and release the lower TRIGGER COUPLING 
button to return to step 1 . 

q. Disconnect the Tunnel Diode pulser and connect the 
fast rise output of the Calibration Generator to CH 1 OR X 
via a 5X attenuator and a 50 ohm BNC cable. Adjust gen- 
erator amplitude for a 5 division display. 

r. ADJUST— Trans Resp adjustments (R605, R403, 
C404, C601, and R1501) for the flattest response in the 
first 100 ns. 



s. Press and release the upper TRIGGER COUPLING 
button. 



t. CHECK— Readout indicates ADJ A (step) 2, 10 mV, 
100 ns. 



u. Connect the fast rise generator and 5X attenuator 
combination to CH 2 input via a 50 ohm BNC cable. 



NOTE 

Some compromise may be necessary between step 
1 and 2 for the flattest response in the first 100 ns. 



v. Press and release the lower TRIGGER COUPLING 
button to return to step 1 . 



w. Disconnect the Calibration Generator and connect 
the Secondary Leveled Sine-Wave Generator head to the 
CH 1 input via a 1 0X attenuator. 

x. Set the generator for a 6-division display at the 
reference frequency. 

y. Change the generator output frequency to 350 MHz. 



z. CHECK — Display amplitude is between 4.4 divisions 
and 6 divisions while the generator frequency is changed 
from 350 MHz to 420 MHz. This bandwidth provides 
optimum performance of the Vertical system. 



aa. Press and release the upper TRIGGER COUPLING 
switch. 



bb. Check— Readout indicates ADJ A (step) 2, 10 mV, 
10 ns. 



cc. Connect the Secondary Leveled Sine-Wave Gen- 
erator head to the CH 2 input via a 10X attenuator. 
Repeat steps x through aa for CH 2. 

dd. Connect the high amplitude generator, Tunnel 
Diode Pulser, 5X attenuator combination to CH 1 OR X 
input via a 50 Ohm BNC cable. 



NOTE 

Check pulser Trigger control is adjusted correctly as 
described in step f above. 

ee. Check — Readout indicates ADJ A (step) 3, 1 mV, 
10 ns. 



ff. ADJUST— Trans Resp adjustments (R411, C403, 
L403, R41 7 and the A control) for best response if neces- 
sary. 



gg. Disconnect the Tunnel Diode pulser and connect 
the fast rise output of the Calibration Generator to 
CH 1 OR X via a 5X attenuator and a 50 ohm BNC cable. 
Adjust generator amplitude for a 5 division display. Note 
the amount of roll up or roll down in the first 3 ns. This 
difference represents the error between the Tunnel Diode 
pulser (reference) and the fast rise generator output. 
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hh. Press and release the upper TRIGGER COUPLING 
switch (step 4). Move the test signal to CH 2 and 
ADJUST amplitude for 5 division signal. 

ii. ADJUST — A until CH 2 waveform best matches that 
noted in step ff above. 

jj. Press and release the upper TRIGGER COUPLING 
switch (step 5). Connect the test signal to CH 1 through 
2X, 2.5X, and 5X attenuators. ADJUST A for best front 
corner. 

kk. Press and release the upper TRIGGER COUPLING 
switch (step 6). Remove 2.5X attenuator. ADJUST A for 
best corner. 



NOTE 

The 5 mV response should have a 4-5% front corner 
spike to maintain correct bandwidth. 

II. Press and release the upper TRIGGER COUPLING 
switch (step 7). Remove 5X attenuator. ADJUST genera- 
tor for a 5 division signal. ADJUST A for best corner. 



mm. Press and release the upper TRIGGER COU- 
PLING switch (step 8). Adjust generator for 5 division sig- 
nal. ADJUST A for best corner. 



nn. Press and release the upper TRIGGER COUPLING 
switch (step 9). Adjust high amplitude generator for 5 divi- 
sion signal. ADJUST A for a front corner spike of 6 to 7%. 
This is necessary to have the 10X bandwidth (0.1V - 0.5V) 
be similar to the 10 mV bandwidth. 



NOTE 

Generator amplitude for the 500 mV step will be 
approximately 2 divisions and the amplitude for the 
1 V step will be approximately 1 division. 



oo. Press and release the upper TRIGGER COUPLING 
switch (step 10). Remove 2X attenuator. ADJUST A for 
best corner. Continue through cal step 12 as above. 



pp. Press and release the upper TRIGGER COUPLING 
switch. Steps 13 and 14 are automatically calibrated. Con- 
nect test signal to CH 2 via 2X, 2.5X, and 5X attenuators 
and adjust for 5 division signal. ADJUST A for best corner. 



qq. Repeat steps kk through oo for CH 2 
(steps 16-22). 



rr. Steps 23 and 24 are automatically calibrated after 
step 22. 



ss. Disconnect the generator from the CH 2 input, 
tt. CHECK— Readout indicates VERT CENTER GAIN. 



uu. ADJUST — Gain (R638) and Vertical Centering 
(R639) to align the cursors with the dotted 0% and 100% 
graticule markings. 

vv. Press and release the upper TRIGGER COUPLING 
switch to conclude the calibration routine. 



CAL 07— READOUT CENTERING AND GAIN 



7. Check/adjust Readout Centering and Gain 
(R2918 R2931) 

a. Scroll to CAL 07. 



b. Press and release the upper TRIGGER COUPLING 
switch to initiate the routine. 

NOTE 

The 2465B has stationary 8s in the top row and 
BWL characters in the bottom row of the readout. 

c. CHECK— Readout displays large 8 characters mov- 
ing in the top line and BWL characters moving in the bot- 
tom line. 



d. ADJUST— Readout Centering (R2918) and Gain 
(R2931) so characters remain just inside the graticule area. 

e. Press and release the lower TRIGGER COUPLING 
switch. 
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CAL 09— PARAMETRIC MEASUREMENTS 



NOTE 

At the end of this calibration procedure, move the 
Cal/No-Cal jumper (P501) to the No-Cal position 
(between pins 1 and 2). 



8. Adjust Parametric measurements 

NOTE 

If CAL 01, 02, and 03 were not performed, the 
adjustments in this subsection should only be per- 
formed if those constants that would have been set 
in CAL 01, 02 and 03 are known to be correct. 

" Limif messages that appear during this calibration 
are generally due to A or B Sweeps, A or B Gates, 
or the measurement PAL, U975. 



a. Scroll to CAL 09. 



b. Press and release the upper TRIGGER COUPLING 
button to initiate the routine. 



c. CHECK— Readout indicates (step)1, CAL 09, 
100 ns. 



NOTE 

The readout prompts the operator by showing the 
autocal step number (upper right corner) and Time- 
Marker Generator setting (lower right corner). 



d. Connect the Time-Mark Generator, set for 0.1 us 
time markers, to the CH 1 OR X input connector via a 
50 ohm BNC cable. 



e. Press and release the upper TRIGGER COUPLING 
button to calibrate the step. 



f. CHECK— Readout indicates (step)2, CAL 09, 100 ns. 



g. For the remaining steps in Table 5-6, do the follow- 
ing: 



1 . Set the Time-Marker Generator output for mark- 
ers corresponding to the Step Number. 



Table 5-6 
Parametric Measurement Calibration 



Autocal Step 


Time 


Autocal Step 


Time 


Readout 


Markers 


Readout 


Markers 


Display 


to Apply 


Display 


to Apply 


2 


0.1 MS 


10 


50 fiS 


3 


0.2 fis 


11 


0.1 ms 


4 


0.5 (is 


12 


0.2 ms 


5 


1 jiS 


13 


0.5 ms 


6 


2 lis 


14 


1 ms 


7 


5 fis 


15 


2 ms 


8 


10 fis 


16 


5 ms 


9 


20 jus 


17 a 


0.2 ms 



a At the conclusion of step 17 calibration, the instrument 
returns to the Diagnostic readout display. Disconnect the 
Time-Mark Generator at this time. 



2. Press and release the upper TRIGGER COU- 
PLING button to calibrate the step. 



h. Steps 18 through 28 are automatically calibrated by 
the system processor. 



i. CHECK— Calibration is concluded and the instrument 
returns to the Diagnostic menu. 



j. Disconnect the Time-Mark generator. 



9. Adjust Bandwidth Limit 

a. Set: 



Vertical 



CH 1 POSITION Midrange 

CH 1 MODE On 
CH 2, CH 3, and 

CH 4 MODE Off 

20 MHz BW LIMIT On 

CH 1 VOLTS/DIV 10 mV 

CH 1 VAR In detent 

Input Coupling 

CH 1 1 MQ DC 
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Horizontal 

POSITION 
X10 MAG 
A SEC/DIV 
SEC/DIV VAR 

Trigger 

HOLDOFF 

LEVEL 

A/B TRIG 

SLOPE 

MODE 

SOURCE 

COUPLING 



Midrange 
Off 

100 ns (knob in) 
In detent 



MIN (Fully CCW) 

Midrange 

A 

+ 

AUTO LVL 

VERT 

DC 



b. Connect a fast-rise, positive-going square-wave out- 
put via a precision 50-ohm cable, a 50-ohm 10X attenua- 
tor, and a 50-ohm termination to the CH 1 input connec- 
tor. 



c. Set the generator to produce a 100-kHz, 5-division 
display. 



d. ADJUST— Coil L644 for as flat a response as 
possible. 



e. Disconnect the test equipment from the instrument. 
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DC BALANCE, AND X-Y PHASE DIFFERENTIAL ADJUSTMENTS 



Equipment Required (see Table 4-1 ) 

Primary Leveled-Sine wave Generator (Item 2) 

Calibration Generator (Item 3) 



50 fi BNC Cable (Item 10) 
5X Attenuator (Item 17) 
Alignment Tool (Item 20) 



See ADJUSTMENT LOCATIONS 1 and ADJUSTMENT LOCATIONS 4 

at the back of this manual for test point and adjustment locations. 



Initial Control Settings. 

Control settings not listed do not affect the procedure. 



Delta 



VERTICAL VOLTS/DIV 

CH 1 and CH 2 
CH 1 VAR 
CH 2 VAR 



Input Coupling 

CH 1 and CH 2 



10 mV 

CCW (out of detent) 
In detent 



50 DC 



AV 

TRACKING/INDEP 
A REF OR DLY POS 
and A 



INTENSITY 

READOUT INTENSITY 
SCALE ILLUM 
FOCUS 



On (RATIO readout) 
INDEP 

Cursors near the 3rd line 

above and 3rd line below 

graticule center 

(6 division spacing) 

Left of center 

Right of center 

Fully CCW 

Best focused display 



VERTICAL Mode 

CH 1 On 

CH 2, CH 3, CH 4 Off 
ADD, INVERT, and 

BW LIMIT Off 

ALT/CHOP ALT 



1. Check/ Adjust Readout Jitter (R805 and R618). 

a. Rotate the A REF OR DLY POS control CCW until 
the RATIO readout is constant. 



VERTICAL POSITION 

CH 1 



Midrange 



b. Rotate the A control until the readout display indi- 
cates 130.0%. 



Horizontal 

A SEC/DIV 
SEC/DIV VAR 
POSITION 

TRIGGER 

MODE 

SOURCE 

COUPLING 

SLOPE 

LEVEL 

HOLDOFF 



1 ms 
In detent 
Midrange 



AUTO LVL 

VERT 

DC 

+ (plus) 

Midrange 

Minimum 



c. CHECK — One cursor is near the bottom horizontal 
graticule line and the other is near dotted graticule line 
marked 100(%). 



d. Rotate the A REF OR DLY POS control until the 
readout displays exactly 100.0%. The cursors should now 
be on or near the dotted graticule lines marked 0% and 
100(%). 



e. Set the CH 1 VOLTS/DIV VAR to the detent 
position. 
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NOTE 

Care must be taken not to disturb the position of the 
controls adjusted in parts b through e during the bal- 
ance of this procedure. If they are accidentally 
moved, repeat the procedure from the beginning. 



f. Connect a 1 kHz, fast-rise signal from the Calibration 
Generator to the CH 1 OR X input connector via a 
50 SI BNC cable and 5X attenuator. 



g. Set the generator output level for an 8-division 
display. 

h. Use the CH1 Vertical and the Horizontal POSITION 
controls to center the CH 1 display on the graticule. 



i. ADJUST— Vertical Readout Jitter (R618) for minimum 
vertical jitter of the readout characters and cursors. 



j. ADJUST— Gain (R638) and Centering (R639) to align 
cursors with the and 100% graticule markings. 



k. Disconnect the 1 kHz signal. 



I. Press the At button to obtain a At cursor display. 



m. Using the AREF OR DLY POS and A controls, posi- 
tion the cursors to the 2nd and 10th graticule lines. 



n. X10 MAG on. 



o. ADJUST— Horizontal Readout Jitter (R805) for 
minimum horizontal jitter of the readout characters and 
cursors. 



p. Set X10 MAG off. 

2. Set CH 1 and CH 2 DC Balance. 

NOTE 

The instrument must have had a 20-minute warmup 
prior to performing the next step to ensure accuracy. 

a. Press and hold momentarily and release the CH 1 
and CH 2 upper Input Coupling switches simultaneously. 



b. CHECK— The display reads DC BALANCE IN PRO- 
GRESS for approximately 10 seconds, then the display 
returns to normal. 



c. CHECK— For less than 0.2-division + 0.5 mV verti- 
cal trace shift when the CH 1 VOLTS/DIV switch is rotated 
through all of its settings. 



d. Set the VERTICAL MODE switches to disable CH 1 
and display CH 2. 



e. CHECK— For less than 0.2-division + 0.5 mV verti- 
cal trace shift when the CH 2 VOLTS/DIV switch is rotated 
through all of its settings. 



3. Adjust X-Y Phasing (C118). 

a. Set: 

CH 1 VOLTS/DIV 50 mV 

Input Coupling 50 SI DC 

ASEC/DIV ~ X-Y 

CH 1 VERTICAL MODE On 
CH 2, CH 3, CH 4 

VERTICAL MODE Off 



b. Connect the Primary Leveled Sine-Wave Generator 
to the CH 1 OR X input connector via a 50 Q BNC cable. 



c. Set the generator frequency to 1 MHz and adjust the 
amplitude for a 6-division vertical signal display. 

d. Use the CH 1 POSITION control to vertically center 
the display on the graticule. 

e. ADJUST— X-Y Phasing (C118) for no opening in the 
ellipse. 

f. Set the generator frequency to 2 MHz and adjust the 
amplitude for a 6-division vertical signal display. 

g. CHECK— Horizontal opening in the ellipse is 0.3 divi- 
sion or less, measured at the center horizontal graticule 

line, 



i. Disconnect the test setup. 
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MAINTENANCE 



This section of the manual contains information for conducting preventive maintenance, troubleshooting, and corrective 
maintenance on the instruments. 



STATIC-SENSITIVE COMPONENTS 



The following precautions are applicable when perform- 
ing any maintenance involving internal access to the 
instrument. 



!> CAUTION < 

Static discharge can damage any semiconductor 
component in this instrument. 



This instrument contains electrical components that are 
susceptible to damage from static discharge. Table 6-1 
lists the relative susceptibility of various classes of sem- 
iconductors. Static voltages of 1 kV to 30 kV are common 
in unprotected environments. 



When performing maintenance, observe the following 
precautions to avoid component damage: 

1. Minimize handling of static-sensitive com- 
ponents. 



2. Transport and store static-sensitive components 
or assemblies in their original containers or on a 
metal rail. Label any package that contains 
static-sensitive components or assemblies. 



3. Discharge the static voltage from your body by 
wearing a grounded antistatic wrist strap while 
handling these components. Servicing static- 
sensitive components or assemblies should be 
performed only at a static-free work station by 
qualified service personnel. 



Table 6-1 

Susceptibility to Static Discharge Damage 



Semiconductor Classes 


Relative 
Susceptibility 
Levels 8 


MOS or CMOS microcircuits or discretes, 
or linear microcircuits with MOS inputs. 
(Most Sensitive) 


1 


ECL 


2 


Schottky signal diodes 


3 


Schottky TTL 


4 


High-frequency bipolar transistors 


5 


JFETs 


6 


Linear microcircuits 


7 


Low-power Schottky TTL 


8 


TTL (Least Sensitive) 


9 



'Voltage equivalent for levels: (Voltage discharged from a 100 
pF capacitor through a resistance of 100 Q). 

1 = 100 to 500 V 4 = 500 V 7 = 400 to 1000 V (est.) 

2 = 200 to 500 V 5 - 400 to 600 V 8 = 900 V 

3 = 250 V 6 = 600 to 800 V 9 = 1200 V 



4. Nothing capable of generating or holding a static 
charge should be allowed on the work station 
surface. 

5. Keep the component leads shorted together 
whenever possible. 
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6. Pick up components by their bodies, never by 
their leads. 

7. Do not slide the components over any surface. 

8. Avoid handling components in areas that have a 



floor or work-surface covering capable of gen- 
erating a static charge. 

9, Use a soldering iron that is connected to earth 
ground. 

10. Use only approved antistatic, vacuum-type 
desoldering tools for component removal. 



PREVENTIVE MAINTENANCE 



INTRODUCTION 

Preventive maintenance consists of cleaning, visual 
inspection, and checking instrument performance. When 
accomplished regularly, it may prevent instrument malfunc- 
tion and enhance instrument reliability. The severity of the 
environment In which the instrument is used determines 
the required frequency of maintenance. An appropriate 
time to accomplish preventive maintenance is just before 
instrument adjustment. 

GENERAL CARE 

The cabinet minimizes accumulation of dust inside the 
instrument and should normally be in place when operating 
the instrument. The front cover supplied with the instru- 
ment provides both dust and damage protection for the 
front panel and CRT, and it should be on whenever the 
instrument is stored or is being transported. 

INSPECTION AND CLEANING 

The instrument should be visually inspected and 
cleaned as often as operating conditions require. Accumu- 



lation of dirt in the instrument can cause overheating and 
component breakdown. Dirt on components acts as an 
insulating blanket, preventing efficient heat dissipation. It 
also provides an electrical conduction path that could 
result in instrument failure, especially under high-humidity 
conditions. 




Avoid the use of chemical cleaning agents which 
might damage the plastics used in this instalment. 
Use a nonresidue-type cleaner, preferably isopropyl 
alcohol or a solution of 1% mild detergent with 99% 
water. Before using any other type of cleaner, con- 
sult your Tektronix Service Center or representative. 



Exterior 

INSPECTION. Inspect the external portions of the 
instrument for damage, wear, and missing parts; use 
Table 6-2 as a guide. Instruments that appear to have 
been dropped or otherwise abused should be checked 
thoroughly to verify correct operation and performance. 



Table 6-2 
External Inspection Check List 



Item 


Inspect For 


Repair Action 


Cabinet, Lid, Front Panel 


Cracks, scratches, deformations, damaged 
hardware or gaskets. 


Touch up paint scratches and replace 
defective components. 


Front-Panel Controls 


Missing, damaged, or loose knobs, buttons, and 
controls. 


Repair or replace missing or defective items. 


Connectors 


Broken shells, cracked insulation, and deformed 
contacts. Dirt in connectors. 


Replace defective parts, Clear or wash out 
dirt. 


Carrying Handle 


Correct operation. 


Replace defective parts. 


Accessories 


Missing items or parts of items, bent pins, broken 
or frayed cables, and damaged connectors. 


Replace damaged or missing items, frayed 
cables, and defective parts. 
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Deficiencies found that could cause personal injury or 
could lead to further damage to the instrument should be 
repaired immediately. 




To prevent getting moisture inside the instrument 
during external cleaning, use only enough liquid to 
dampen the cloth or applicator. 



CLEANING. Loose dust on the outside of the 
instrument can be removed with a soft cloth or small soft- 
bristle brush. The brush is particularly useful for dislodging 
dirt on and around the controls and connectors. Dirt that 
remains can be removed with a soft cloth dampened in a 
mild detergent and water solution. Do not use abrasive 
cleaners. 

Two plastic light filters, one blue and one clear, are pro- 
vided with the oscilloscope. Clean the light filters and the 
CRT face with a soft lint-free cloth dampened with either 
isopropyl alcohol or a mild detergent and water solution. 



Interior 

To gain access to internal portions of the instrument for 
inspection and cleaning, refer to the "Removal and 
Replacement Instructions" in the "Corrective Maintenance" 
part of this section. 



INSPECTION. Inspect the internal portions of the 
instrument for damage and wear, using Table 6-3 as a 
guide. Deficiencies found should be repaired immediately. 
The corrective procedure for most visible defects is 
obvious; however, particular care must be taken if heat- 
damaged components are found. Overheating usually 
indicates other trouble in the instrument; therefore, it is 
important that the cause of overheating be corrected to 
prevent recurrence of the damage. 



If any electrical component is replaced, conduct a Per- 
formance Check for the affected circuit and for other 
closely related circuits (see Section 4). If repair or replace- 
ment work is done on any of the power supplies, conduct 
a complete Performance Check and, if so indicated, an 
instrument readjustment (see Sections 4 and 5). 



Table 6-3 
Internal Inspection Check List 



Item 


Inspect For 


Repair Action 


Circuit Boards 


Loose, broken, or corroded solder 
connections. Burned circuit boards. 
Burned, broken, or cracked circuit- 
run plating. 


Clean solder corrosion with an eraser and flush with 
isopropyl alcohol. Resolder defective connections. 
Determine cause of burned items and repair. Repair 
defective circuit runs. 


Resistors 


Burned, cracked, broken, blistered. 


Replace defective resistors. Check for cause of burned 
component and repair as necessary. 


Solder Connections 


Cold solder or rosen joints. 


Resolder joint and clean with isopropyl alcohol. 


Capacitors 


Damaged or leaking cases. 
Corroded solder on leads or 
terminals. 


Replace defective capacitors. Clean solder connections and 
flush with isopropyl alcohol. 


Semiconductors 


Loosely inserted in sockets. 
Distorted pins. 


Firmly seat loose semiconductors. Remove devices having 
distorted pins. Carefully straighten pins (as required to fit 
the socket), using long-nose pliers, and reinsert firmly. 
Ensure that straightening action does not crack pins, 
causing them to break off. 


Wiring and Cables 


Loose plugs or connectors. Burned, 
broken, or frayed wiring. 


Firmly seat connectors. Repair or replace defective wires or 
cables. 


Chassis 


Dents, deformations, and damaged 
hardware. 


Straighten, repair, or replace defective hardware. 
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To prevent damage from electrical arcing, ensure 
that circuit boards and components are dry before 
applying power to the instrument. 



CLEANING. To clean the interior, blow off dust with 
dry, low-pressure air (approximately 9 psi). Remove any 
remaining dust with a soft brush or a cloth dampened with 
a solution of mild detergent and water. A cotton-tipped 
applicator is useful for cleaning in narrow spaces and on 
circuit boards. 



Clean switches with isopropyl alcohol and wait 
60 seconds for the majority of the alcohol to 
evaporate: Then complete drying with low- 
pressure air. 



Dry all components and assemblies in an oven or 
drying compartment using low-temperature 
(125°F to 150"F) circulating air. 



LUBRICATION 



If these methods do not remove all the dust or dirt, the There is no periodic lubrication required for this instru- 

instrument may be spray washed using a solution of 5% ment. 
mild detergent and 95% water as follows: 



J> CAUTION < 

Exceptions to the following procedure are the 
Attenuator assemblies. Clean these assemblies only 
with isopropyl alcohol as described in step 4. 



1. Gain access to the parts to be cleaned by 
removing easily accessible shields and panels. 



2. Spray wash dirty parts with the detergent-and- 
water solution; then use clean water to 
thoroughly rinse them. 



3. Dry all parts with low-pressure air. 



NOTE 

Most of the switches used in the instru- 
ment are sealed and the contacts are 
inaccessible. If cleaning is deemed neces- 
sary, use only isopropyl alcohol. 



SEMICONDUCTOR CHECKS 



Periodic checks of the transistors and other semicon- 
ductors in the oscilloscope are not recommended. The 
best check of semiconductor performance is actual 
operation in the instrument. 



PERIODIC READJUSTMENT 



To ensure accurate measurements, check the perfor- 
mance of this instrument every 2000 hours of operation, or 
if used infrequently, once each year. In addition, replace- 
ment of components may necessitate readjustment of the 
affected circuits. 



Complete Performance Check and Adjustment instruc- 
tions are given in Sections 4 and 5. The Performance 
Check Procedure can also be helpful in localizing certain 
troubles in the instrument. 
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TROUBLESHOOTING 



INTRODUCTION 



Preventive maintenance performed on a regular basis 
should reveal most potential problems before an instru- 
ment malfunctions. However, should troubleshooting be 
required, the following information is provided to facilitate 
location of a fault. In addition, the material presented in 
the "Theory of Operation" and "Diagrams" sections of this 
manual may be helpful while troubleshooting. 



TROUBLESHOOTING AIDS 



Diagnostic Firmware 

The operating firmware in this instrument contains diag- 
nostic routines that aid in locating malfunctions. When 
instrument power is applied, power-up tests are performed 
to verify proper operation of much of the instrument's cir- 
cuitry. If a failure is detected, this information is passed on 
to the operator in the form of either a CRT readout or 
illuminated LED indicators. The failure information directs 
the operator to the failing block of circuitry. If the failure is 
such that the processor can still execute the diagnostic 
routines, the user can call up specific tests to further 
check the failing circuitry. The specific diagnostic routines 
are explained later in this section. 



Schematic Diagrams 

Complete schematic diagrams are located on tabbed 
foldout pages in the "Diagrams" section. Portions of circui- 
try mounted on each circuit board are enclosed by heavy 
black lines. The assembly number and name of the circuit 
are shown near either the top or the bottom edge of the 
diagram. 



Functional blocks on schematic diagrams are outlined 
with a wide grey line. Components within the outlined area 
perform the function designated by the block label. The 
"Theory of Operation" uses these functional block names 
when describing circuit operation as an aid in cross- 
referencing between the theory and the schematic 
diagrams. 



Component numbers and electrical values of com- 
ponents in this instrument are shown on the schematic 



diagrams. Refer to the first page of the "Diagrams" sec- 
tion for the reference designators and symbols used to 
identify components. Important voltages and waveform 
reference numbers (enclosed in hexagonal-shaped boxes) 
are also shown on each diagram. Waveform illustrations 
are located adjacent to their respective schematic diagram. 



Circuit Board Illustrations 

Circuit board illustrations showing the physical location 
of each component are provided for use in conjunction 
with each schematic diagram. Each board illustration is 
found in the "Diagrams" section on the back of a foldout 
page, preceding the first schematic diagram(s) to which it 
relates. 



The locations of waveform test points are marked on 
the circuit board illustrations with hexagonal outlined 
numbers corresponding to the waveform numbers on both 
the schematic diagram and the waveform illustrations. 



Circuit Board Locations 

The placement in the instrument of each circuit board is 
shown in a board locator illustration. This illustration is 
located on the foldout page along with the circuit board 
illustration. 



Power Distribution Diagrams 

Power Distribution diagrams (diagrams 11 and 12) are 
provided in the "Diagrams" section to aid in troubleshoot- 
ing power-supply problems. 



Circuit Board Interconnection Diagram 

A circuit board interconnection diagram (diagram 13) 
and tables listing the interconnecting pins and signals car- 
ried are provided in the "Diagrams" section following the 
Power Distribution diagrams. 



Grid Coordinate System 

Each schematic diagram and circuit board illustration 
has a grid border along its left and top edges. A table 
located adjacent to each diagram lists the grid coordinates 
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of each component shown on that diagram. To aid in phy- 
sically locating components on the circuit board, this table 
also lists the grid coordinates of each component on the 
circuit board illustration. 

Near each circuit board illustration is an alphanumeric 
listing of all components mounted on that board. The 
second column in each listing identifies the schematic 
diagram on which each component can be found. These 
component-locator tables are especially useful when more 
than one schematic diagram is associated with a particular 
circuit board. 



Troubleshooting Charts 

The troubleshooting charts contained in the "Diagrams" 
section are to be used as an aid in locating malfunctioning 
circuitry. To use the charts, begin with the Preliminary 
Tests flowchart. This chart will help identify problem areas 
and will direct you to other appropriate charts for further 
troubleshooting. 

Some malfunctions, especially those involving multiple 
simultaneous failures, may require more elaborate trouble 
shooting approaches with references to circuit descriptions 
in the "Theory of Operation" section of this manual. 

Component Color Coding 

Information regarding color codes and markings of 
resistors and capacitors is located on the color-coding 
illustration (Figure 9-1) at the beginning of the "Diagrams" 
section. 

RESISTOR COLOR CODE. Resistors used in this 
instrument are carbon-film, composition, or precision 
metal-film types. They are usually color coded with the EIA 
color code; however, some metal-film type resistors may 
have the value printed on the body. The color code is 
interpreted starting with the stripe nearest to one end of 
the resistor. Composition resistors have four stripes; 
these represent two significant digits, a multiplier, and a 
tolerance value. Metal-film resistors have five stripes 
representing three significant digits, a multiplier, and a 
tolerance value. 



CAPACITOR MARKINGS. Capacitance values of 
common disc capacitors and small electrolytics are marked 
on the side of the capacitor body. White ceramic 
capacitors are color coded in picofarads, using a modified 
EIA code. 

Dipped tantalum capacitors are color coded in 
microfarads. The color dot indicates both the positive lead 
and the voltage rating. Since these capacitors are easily 
destroyed by reversed or excessive voltage, be careful to 



observe the polarity and voltage rating when replacing 
them. 

DIODE COLOR CODE. The cathode end of each glass- 
encased diode is indicated by either a stripe, a series of 
stripes or a dot. For most diodes marked with a series of 
stripes, the color combination of the stripes identifies three 
digits of the Tektronix Part Number, using the resistor 
color-code system. The cathode and anode ends of a 
metal-encased diode may be identified by the diode symbol 
marked on its body. 

Semiconductor Lead Configurations 

Figure 9-2 in the "Diagrams" section shows the lead 
configurations for semiconductor devices used in the 
instrument. These lead configurations and case styles are 
typical of those used at completion of the instrument 
design. Vendor changes and performance improvement 
changes may result in changes of case styles or lead 
configurations. If the device in question does not appear to 
match the configuration shown in Figure 9-2, examine the 
associated circuitry or consult a manufacturer's data 
sheet. 



Multipin Connectors 

Multipin connector orientation is indexed by a triangle 
on the cable connector and a 1 or triangle on the circuit 
board. Slot numbers may be molded into the connector. 
When a connection is made to circuit board pins or 
header, ensure that the index on the connector is aligned 
with the index on the circuit board (see Figure 6-1 ). Cable 
connectors can be removed by inserting a screw driver 
into the center slot of its header. 




(0995-11) 2662-50 



Figure 6-1. Multipin connector orientation. 
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TROUBLESHOOTING EQUIPMENT 

The equipment listed in Table 4-1 of this manual, or 
equivalent equipment, may be useful when troubleshooting 
this instrument. 



further isolate the problem. The troubleshooting pro- 
cedures are located on tabbed-foldout pages in the 
"Diagrams'' section at the rear of this manual. 



2. Diagnostic Test and Exerciser Routines 



TROUBLESHOOTING TECHNIQUES 

The following procedure is arranged in an order that 
enables checking simple trouble possibilities before requir- 
ing more extensive troubleshooting. The first two steps 
use diagnostic aids inherent in the instrument's operating 
firmware and will locate many circuit faults. The next four 
procedures are check steps that ensure proper control 
settings, connections, operation, and adjustment. If the 
trouble is not located by these checks, the remaining steps 
will aid in locating the defective component. When the 
defective component is located, replace it using the 
appropriate replacement procedure given under 'Correc- 
tive Maintenance" in this section. 



> CAUTION < 

Before using any test equipment to make measure- 
ments on static-sensitive, current-sensitive, or 
voltage-sensitive components or assemblies, ensure 
that any voltage or current supplied by the test 
equipment does not exceed the limits of the com- 
ponent to be tested. 



Each of the tests automatically performed at power-up, 
along with several other circuit exercising routines, may be 
individually selected by the user to further clarify the 
nature of a suspected failure. The desired test or exerciser 
is selected by scrolling through a menu of the available 
routines when under control of the Diagnostic Monitor. 
Entry into the Diagnostic Monitor and its uses are 
explained in the "Diagnostic Routines" discussion later in 
this section. 



3. Check Control Settings 

Incorrect control settings can give a false indication of 
instrument malfunction. If there is any question about the 
correct function or operation of any control, refer to either 
the "Operating Information" in Section 2 of this manual or 
to the Operators Manual. 



4. Check Associated Equipment 

Before proceeding, ensure that any equipment used 
with the instrument is operating correctly. Verify that input 
signals are properly connected and that the interconnect- 
ing cables are not defective. Check that the ac-power- 
source voltage to all equipment is correct. 



1 . Power-up Tests 

The instrument performs automatic verification of much 
of the instrument's circuitry when power is first applied. 
The Kernel tests verify proper operation of the Micropro- 
cessor, the ROM, and the RAM. If all Kernel tests pass, a 
second level of checks, the Confidence tests, are per- 
formed. The Confidence tests, when passed, give the user 
a high degree of assurance that the instrument is function- 
ing properly. 



If a Kernel test or Confidence test fails, the area of 
failure is identified either by a message on the CRT (if the 
instrument is able to produce a display) or by an error 
code displayed on the front-panel LED indicators. If a 
failure occurs, refer to the "Diagnostic Routines" discus- 
sion later in this section for definitions of error messages 
and LED error codes. 



Once a problem area has been identified, the associ- 
ated troubleshooting procedure should be performed to 



5. Visual Check 

Perform a visual inspection. This check may reveal bro- 
ken connections or wires, damaged components, semicon- 
ductors not firmly mounted, damaged circuit boards, or 
other clues to the cause of an instrument malfunction. 



6. Check Instrument Performance and Adjustment 

Check the performance of either those circuits where 
trouble appears to exist or the entire instrument. The 
apparent trouble may be the result of misadjustment. 
Complete performance check and adjustment instructions 
are given in Sections 4 and 5 of this manual. 



7. Isolate Trouble to a Circuit 

To isolate problems to a particular area, use any symp- 
toms noticed to help locate the trouble. Refer to the troub- 
leshooting charts in the "Diagrams" section as an aid in 
locating a faulty circuit. 
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When trouble symptoms appear in more than one cir- 
cuit, first check the power supplies; then check the 
affected circuits by taking voltage and waveform readings. 
Check first for the correct output voltage of each individual 
supply. These voltages are measured between the power 
supply test points and ground (see schematic diagrams 8, 
9, and 10, and associated circuit board illustrations in the 
"Diagrams" section). If the power-supply voltages and rip- 
ple are within the listed ranges, the supply can be 
assumed to be working correctly. If they are outside the 
range, the supply may be either misadjusted or operating 
incorrectly. 



The Low Voltage Power Supply levels are interdepen- 
dent. All the low voltage supplies use the +10 V reference 
for their reference levels. If more than one of the low volt- 
age supplies appears defective, repair them in the follow- 
ing order: +10 V REF, +5 V Digital, +87 V, +42 V, 
+ 15 V, +5 V Analog, -15 V, -8 V, and -5V. 



A defective component elsewhere in the instrument can 
create the appearance of a power-supply problem and 
may also affect the operation of other circuits. Use the 
power supply troubleshooting charts to aid in locating the 
problem. 



8. Check Circuit Board interconnections 

After the trouble has been isolated to a particular 
circuit, again check for loose or broken connections, 
improperly seated semiconductors, and heat-damaged 
components. 



9. Check Voltages and Waveforms 

Often the defective component can be located by 
checking circuit voltages or waveforms. Typical voltages 
are listed on the schematic diagrams. Waveforms indicated 
on the schematic diagrams by hexagonal-outlined numbers 
are shown adjacent to the diagrams. Waveform test points 
are shown on the circuit board illustrations. 



NOTE 

Voltages and waveforms indicated on the schematic 
diagrams are not absolute and may vary slightly 
between instruments. To establish operating condi- 
tions similar to those used to obtain these readings, 
see the voltage and waveform setup conditions 
preceding the waveform illustrations. 

Note the recommended test equipment, front-panel 
control settings, voltage and waveform conditions, 
and cable-connection instructions. Any special con- 



trol settings required to obtain a given waveform are 
noted under the waveform illustration. Changes to 
the control settings from the initial setup, other than 
those noted, are not required. 



10. Check Individual Components 

The following procedures describe methods of checking 
individual components. Two-lead components that are sol- 
dered in place are most accurately checked by first discon- 
necting one end from the circuit board. This isolates the 
measurement from the effects of the surrounding circuitry. 
See Figure 9-1 for component value identification and Fig- 
ure 9-2 for semiconductor lead configurations. 



WARNING 



To avoid electric shock, always disconnect the 
instrument from the ac power source before remov- 
ing or replacing components. 



> CAUTION < 

When checking semiconductors, observe the static- 
sensitivity precautions located at the beginning of 
this section. 



TRANSISTORS. A good check of a transistor is actual 
performance under operating conditions. A transistor can 
most effectively be checked by substituting a known-good 
component. However, be sure that circuit conditions are 
not such that a replacement transistor might also be 
damaged. If substitute transistors are not available, use a 
dynamic-type transistor checker for testing. Static-type 
transistor checkers are not recommended, since they do 
not check operation under simulated operating conditions. 

When troubleshooting transistors in the circuit with a 
voltmeter, measure both the emitter-to-base and emitter- 
to-collector voltages to determine whether they are con- 
sistent with normal circuit voltages. Voltages across a 
transistor may vary with the type of device and its circuit 
function. 



Some of these voltages are predictable. The emitter-to- 
base voltage for a conducting silicon transistor will nor- 
mally range from 0.6 V to 0.8 V. The emitter-to-collector 
voltage for a saturated transistor is about 0.2 V. Because 
these values are small, the best way to check them is by 
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connecting a sensitive voltmeter across the junction rather 
than comparing two voltages taken with respect to 
ground. If the former method is used, both leads of the 
voltmeter must be isolated from ground. 



If voltage values measured are less that those just 
given, either the device is shorted or no current is flowing 
in the external circuit. If values exceed the emitter-to-base 
values given, either the junction is reverse biased or the 
device is defective. Voltages exceeding those given for 
typical emitter-to-collector values could indicate either a 
nonsaturated device operating normally or a defective 
(open-circuited) transistor. If the device is conducting, volt- 
age will be developed across the resistors in series with it; 
if open, no voltage will be developed across the resistors 
unless current is being supplied by a parallel path. 




When checking emitter-to-base junctions, do not use 
an ohmmeter range that has a high internal current. 
High current may damage the transistor. Reverse 
biasing the emitter-to-base junction with a high 
current may degrade the current-transfer ratio (Beta) 
of the transistor. 



A transistor emitter-to-base junction also can be 
checked for an open or shorted condition by measuring 
the resistance between terminals with an ohmmeter set to 
a range having a low internal source current, such as the 
R x 1 kii range. The junction resistance should be very 
high in one direction and much lower when the meter 
leads are reversed. 



When troubleshooting a field-effect transistor (FET), the 
voltage across its elements can be checked in the same 
manner as previously described for other transistors. How- 
ever, remember that in the normal depletion mode of 
operation, the gate-to-source junction is reverse biased; in 
the enhanced mode, the junction is forward biased. 



Measurements should not be made on any hybrid 
component while out of the circuit as they may easily be 
damaged. Direct substitution is the best troubleshooting 
method when a hybrid failure is suspected. The CH 1 and 
CH 2 hybrids are matched, and should be replaced as a 
matched pair. 



I CAUTION < 

When checking a diode, do not use an ohmmeter 
scale that has a high internal current. High current 
may damage a diode. Checks on diodes can be per- 
formed in much the same manner as those on 
transistor emitter-to-base junctions. Do not check 
tunnel diodes or back diodes with an ohmmeter; use 
a dynamic tester, such as the TEKTRONIX 576 
Curve Tracer. 



DIODES. A diode can be checked for either an open or 
a shorted condition by measuring the resistance between 
terminals with an ohmmeter set to a range having a low 
internal source current, such as the R x 1 kfl range. The 
diode resistance should be very high in one direction and 
much lower when the meter leads are reversed. 



Silicon diodes should have 0.6 to 0.8 V across their 
junctions when conducting. Higher readings indicate that 
they are either reverse biased or defective, depending on 
polarity. 



Light Emitting Diodes (LEDs) should have 1.5 to 2.2 V, 
depending on their current and color, across their junctions 
when conducting. Higher readings usually indicate the 
diodes are open, especially if they are not illuminated (ON). 



RESISTORS. Check resistors with an ohmmeter. Refer 
to the "Replaceable Electrical Parts" list for the tolerances 
of resistors used in this instrument. A resistor normally 
does not require replacement unless its measured value 
varies widely from its specified value and tolerance. 



INTEGRATED CIRCUITS. An integrated circuit (IC) can 
be checked with a voltmeter, test oscilloscope, or by direct 
substitution. A good understanding of circuit operation is 
essential when troubleshooting a circuit having IC 
components. Use care when checking voltages and 
waveforms around the IC so that adjacent leads are not 
shorted together. An IC test clip provides a convenient 
means of clipping a test probe to an IC. 

HYBRIDS. Hybrid components can best be checked by 
observing voltages and waveforms on the circuit board. 



INDUCTORS. Check for open inductors by checking 
continuity with an ohmmeter. Shorted or partially shorted 
inductors can usually be found by checking the waveform 
response when high-frequency signals are passed through 
the circuit. 



CAPACITORS. A leaky or shorted capacitor can best 
be detected by checking resistance with an ohmmeter set 
to one of the highest ranges. Do not exceed the voltage 
rating of the capacitor. The resistance reading should be 
high after the capacitor is charged to the output voltage of 
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the ohmmeter. An open capacitor can be detected with a 
capacitance meter or by checking whether the capacitor 
passes ac signals. 

ATTENUATORS. The Attenuators are built as complete 
assemblies and should not be taken apart. If an 
Attenuator is suspected as having failed, direct 
substitution is the recommended troubleshooting method. 



11. Repair and Adjust the Circuit 

If any defective parts are located, follow the replace- 
ment procedures given under "Corrective Maintenance" in 
this section. After any electrical component has been 
replaced, the performance of that circuit and any other 
closely related circuit should be checked. Since the power 
supplies affect all circuits, performance of the entire instru- 
ment should be checked if work has been done on the 
power supplies or if the power transformer has been 
replaced. Readjustment of the affected circuitry may be 
necessary. Refer to the "Performance Check" and 
"Adjustment Procedure", Sections 4 and 5 of this manual. 



DIAGNOSTIC ROUTINES 



The diagnostic routines contained in the instrument 
operating firmware consist of the various power-up tests 
that are automatically performed when power is first 



applied and several circuit exerciser routines. The test or 
exerciser routines are selected by scrolling through a 
menu of available routines when the firmware is under 
control of the Diagnostic Monitor. Monitor control is indi- 
cated by the message "DIAGNSTIC. PUSH A/B TRIG TO 
EXIT" displayed in the top CRT graticule division. 



Entry into the monitor is automatic if a power-up test 
fails. The user may also force entry into the Diagnostic 
Monitor from the normal operating mode by holding in the 
front-panel AV and At push buttons and then pressing the 
front-panel SLOPE push button. Exiting the monitor is 
accomplished by pressing in the A/B TRIG push button, as 
instructed by the CRT readout display. 



Depending on how the Diagnostic Monitor was entered 
(from normal mode or as a result of a power-up test 
failure), the first menu item displayed may vary; entry into 
the monitor from the normal mode begins at ALL TESTS 
while entry from power-up starts at the first failed test. 
Since, in a failure mode, the CRT readout may not be able 
to display the selected menu item, the VERT TRIGGER 
SOURCE indicator illuminates as a reference when ALL 
TESTS is selected. With the VERT TRIGGER SOURCE 
indicator illuminated, the user may scroll to the desired 
test or exerciser routine using the test order called out in 
Table 6-4 or Table 6-5 respectively. Whether the menu is 
displayed or not, scrolling is accomplished by pressing 
either the front-panel upper TRIGGER MODE switch to 
increment or the lower TRIGGER MODE switch to decre- 
ment the menu position by one. 
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Table 6-4 
Sequence of Diagnostic Tests 



Routine 


Type 


Lit 


Routine 


Error 


Error Code 


Type 


Number 


LED 


Name 


Code 


Meaning 


All I ests" 


uu 


VtH I 


All 
All 


77 


Tho loft Hiiiit Io /"M"*ti/"in ni tmhAi* anH thtA ri/"ih+ 

I nc icTi uigii is ule upiiun nuniuci aiiu me iiyiii 












digit is the test number of the first failing test of 












the last ALL TESTS run. When looping, it 












shows the last failing test. 


Test 


00 




Kernel Test 


zz 


Left digit is option number and right digit is 












device number. See Table 6-6 for main box 












INCl 1 Id LCJol ICtllUIC wuui. 


Test 


01 


CH 1 


Interrupt Request 


01 


Interrupt request is missing or has wrong 












period. 


Test 


02 


CH 2 


Switch Stuck 


01 


Trigger COUPLING lower. 










02 


Trigger COUPLING upper. 










03 


MEASURE/HELP 










04 


CH 1 Coupling lower. 










05 


CH 1 Coupling upper. 










14 


CH 4 VOLTS/DIV 










12 


CH 3 VOLTS/DIV 










13 


INIT@50% 










14 


CH 2 Coupling lower. 










15 


CH 2 Coupling upper. 










25 


CH 2 INVERT 










31 


CH 1 VERTICAL MODE 










32 


CH 2 VERTICAL MODE 










33 


ADD VERTICAL MODE 










34 


CH 3 VERTICAL MODE 










35 


CH 4 VERTICAL MODE 










41 


STEP/AUTO 










42 


SAVE HELP 










43 


RECALL HELP 










44 


CHOP/ALT VERTICAL MODE 










45 


20 MHz BW LIMIT 










51 


X10 MAG 










52 


TRACK/INDEP 










53 


At (delta time). 










54 


AV (delta volts). 










55 


I rigger bLUrb 










O I 


Trinnor QOI IRPP Inwor 

1 riyyci ouunLiC iuwci . 










62 


Trigger SOURCE upper. 










63 


Trigger MODE lower. 










64 


Trigger MODE upper. 










65 b 


A/B TRIG select. 


Test 


03 


CH 3 


Readout Board 


01 


Shift register failure. c (— Trigger LED). 








02 


Readout RAM failure (+ Trigger LED). 



"VERT TRIG SOURCE indicator lights when in ALL TESTS as a visual reference in the event a CRT display can not be produced. 
b lf the A/B TRIG switch is stuck during power-up, the oscilloscope will branch to "normal" operation after a short delay. The associ- 
ated error message will only be visible momentarily if the CRT is warmed-up. 

c Readout Board error codes are also displayed on the + and — Trigger SLOPE LEDs. 
d This test is not user-selectable but is run automatically during cycle mode. 
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Table 6-4 (cont) 



Routine 


Tvoe 


Lit 


Routine 


Error 


Error Code 


Type 


Number 


LED 


Name 


Code 


Meaning 


i est 




on *r 


OdllurdliUIl Udld 


A I 


rdilly cilUi Ull fcdvJ \lJtl U ocl/. 










Y9 


Pii it r»f limitc /hit 1 cot\ 










1 Y 
1 A 


d3u cnecKsum (dii ^ seij. 


Test 


05 


ADD 


Main Board 


01 


AUTO LVL failed to trigger. 










YO 


iNeyaiivc levet riui iieyativc enuiiyn. 










Y4 

A*T 


i>JcyaUVc level luu I icLjauvu. 










2X 


Positive level not positive enough. 










4X 


Positive level too positive. 


Test 


06 


INVERT 


RAM Battery 


01 


Battery voltage too low. 










02 


Battery voltage too high. 



a VERT TRIG SOURCE indicator lights when in ALL TESTS as a visual reference in the event a CRT display can not be produced. 

b lf the A/B TRIG switch is stuck during power-up, the oscilloscope will branch to "normal" operation after a short delay. The asso- 
ciated 

c Readout Board error codes are also displayed on the + and — Trigger 
d This test is not user-selectable but is run automatically during cycle mode. 



Routine Control 

When the desired Test or Exerciser has been selected, 
the operator has two types of control that may be exer- 
cised over the routine: START/STOP and LOOP. 



Starting or stopping the execution of the selected rou- 
tine is controlled by the front-panel TRIGGER COUPLING 
switches. Pressing the upper switch starts the routine; 
pressing the lower switch stops it. 



All of the test routines may be set to LOOP mode (con- 
tinuously repeated) by pressing the front-panel upper 
TRIGGER SOURCE switch while the routine is selected 
but not executing. The LOOP feature will cause the routine 
to be continuously repeated once started until stopped 
when the operator presses the lower TRIGGER COU- 
PLING switch. Once the routine is stopped, the LOOP 
feature may be disabled by pressing the lower TRIGGER 
SOURCE switch. 



While a Test or Exerciser routine is executing, the Diag- 
nostic Monitor Control message on the top line of the CRT 
display will be cleared as an indication that a routine is 
running. When test routines are looping, the message 
"LOOP" is displayed in the bottom division of the CRT 
graticule. 



Display Format 

The Tests and Exercisers routines display information 
about the routine type and number, as well as any test 
results, at the bottom of the CRT display. The readout line 
is formatted as follows: 

OD TYPE XY STATUS ZZ LOOP OD<ABCC> 



The information is defined as follows: 

"OD" is a two-character option designator identifying 
the option that this particular line of diagnostic information 
refers to (see Options manual for details). For the basic 
instrument, the OD location is blank. 



"TYPE" refers to routine type: All Tests (ALL), Test 
(TEST), Exerciser (EXER), or Calibration (CAL). 



"X" indicates which bit of the "Option Select Register- 
is set to turn on the option called out by "OD" (see 
Options manual for description of Options Select Register). 
This bit is zero for the basic instrument. 



"Y" is the TYPE number of the routine (see the "Type 
Number" column of Table 6-4). 
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"STATUS" shows the results of the last time a selected 
test routine ran: either PASS or FAIL. This space is blank 
for exerciser and calibration routines. When the 
diagnostics are called up from normal operating mode, the 
space will be blank until the selected test is executed. 

"ZZ" is a two-digit error code identifying the nature of 
the failure in a failed test (see the "Error Code" column of 
Table 6-4). 



"LOOP" indicates when a selected test is set to the 
LOOP mode. 



"OD<ABCC>" is the CYCLE mode failure indicator. 
CYCLE mode, when entered by removing the NO 
CAL/CAL jumper (P501) before turning the instrument on, 
causes the instrument to continuously LOOP through the 
Power Up Diagnostic Tests. If a failure occurs, the cycle- 
failure data, identifying the first failure encountered, is 
written to RAM. Thereafter, at each power-up, the 
Diagnostic Monitor is automatically entered, and the failure 
data is displayed. The failure data must be cleared from 
the RAM location to eliminate the CYCLE mode failure 
display (see CYCLE ERROR CLEAR Exerciser 03). The 
information displayed is an abbreviated version of the 
previous items: 

"OD" is a two-character option designator showing 
which option failed first while in the CYCLE mode (the 
same codes as for "OD" at the start of the readout line). 



Table 6-5 
Sequence of Exerciser Routines 8 



Routine 


Type 


ON 


Routine 


Type 


Number 


LED 


Function 


Exerciser 


01 


CH 1 


Display Pots and 
Switches. 




c\o 


PH O 


CXdiTlIllc Ociiiurdiiun 

Data in RAM. 




uo 


PH 1. 
on o 


wears oycie errors. 


Exerciser 


04 


CH 4 


Display ROM Headers. 


Exerciser 


05 


ADD 


Display Operating 
Time and Power Cycle 

LrOUni. 


Exerciser 


06 


INVERT 


Select Setup to Use at 
Power-Up. 


Exerciser 


07 


CHOP 


Enable/Disable Setup 
SAVE and Sequence 
Definition. 


Exerciser 


08 


BW LIMIT 


Initialize Setups. 


Exerciser 


09 


STEP & 
CH 1 


Program Viewing Time 
Display (only in 
2467B) and CH 1 . 



"Additional Diagnostic Exercisers for extended functions are in 
Appendix A of the Operators Manual. 

Table 6-6 
Kernel Test Failure Codes 



"A" identifies the option-select bit for the failing option 
(the same code as for "X"). 



"B" is the test Type Number where the failure occurred 
(the same codes as for "Y"). 



"CC" is the error code for the test (the same codes as 
for "ZZ"). 



Kernel Tests 

The Kernel tests are those tests which, when failed, are 
considered "fatal" to the operation of the Microprocessor. 
Failure of a Kernel test will cause the front-panel TRIG'D 
indicator to flash, and certain of the other front-panel indi- 
cators will be illuminated with an error code. The code 
points to the area of failure as indicated in Table 6-6. 
Tables 6-7 and 6-8 are used to determine the option and 
device numbers used in Table 6-6. Only the basic instru- 
ment codes are given in Table 6-6. Option codes are 
defined in the "Options Service Manual." 



Failure Codes 




Option 


Device 


Failing Device 








Control Board RAM 





1 


ROM U2160 





2 


ROM U2360 (U2260) 





3 


Reset Control Circuitry 


F 


1 


Buffer ROM U2160 



Table 6-7 
Front-Panel LED Option Codes 



Option Code 



CH 1 


CH 2 


CH 3 


CH 4 


Option 


Option 


LED 


LED 


LED 


LED 


Number 


Name 


(bit 3) 


(bit 2) 


(bit 1) 


(bit 0\ 


(in Hex) 




OFF 


OFF 


OFF 


OFF 





Basic Instrument 


ON 


ON 


ON 


ON 


F 


Options Buffer 












Circuitry in Basic 












Instrument 
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Table 6-8 
Front-Panel LED Device Codes 





Device Code 




READY 


+ 


— 


Device 


LED 


LED 


LED 


Number 


(bit 2) 


(bit 1) 


(bit 0) 




OFF 


OFF 


OFF 


U 


OFF 


OFF 


ON 


1 


OFF 


/"Mil 

ON 


Urr 


o 
i. 




ON 


ON 


3 


ON 


OFF 


OFF 


4 


ON 


OFF 


ON 


5 


ON 


ON 


OFF 


6 


ON 


ON 


ON 


7 



Even if a Kernel test fails, the operator may try to go to 
normal oscilloscope operation by pressing the A/B TRIG 
select push button. Depending on the exact nature of the 
failure, the instrument may or may not be functional. 

Kernel tests are automatically executed at power-up. 
The Kernel tests are divided into RAM tests and ROM 
tests as follows: 



RAM TEST. This test is done with a complementary 
data pattern starting at the highest RAM address available 
and continuing to the lowest. The process reads and 
saves the original data, and then writes a pattern of 
01 01 01 01 's (55 Hex) at the highest RAM memory address. 
The data is then read back to see if it is still 55 (Hex). 
Next a complementary pattern of 10101010 (AA Hex) is 
written to the same address. Then the address content is 
read back and tested to see if it is still AA (Hex). After the 
memory is checked, the original data is written back into 
the memory address. RAM TEST then checks the next 
lower address. The testing continues until all of RAM is 
checked. 



Test checks: RAM address decoding, RAM address 
lines, RAM data lines, RAM memory, and Data Bus 
Buffers. 

ROM TEST. The ROM test performs three checks on 
each of the system read-only memories. 

Data Bus Drive — Two locations containing 
complementary data patterns are read. 



Test checks: Data bus lines and the Data Bus Driver. 

Correct Part— A byte in the ROM being checked is 
compared to the most-significant byte of the addressed 
ROM block (starting address of where the ROM should be 
installed). 

Test checks: ROM address decoding and proper 
installation of ROM components. 

Checksum — A sixteen bit, spiral-add checksum is 
calculated and compared to a two-byte value stored in 
ROM being checked. 

Test checks: ROM contents, ROM addressing, ROM 
data lines, and the Data Bus Driver. 



Confidence Tests 

The Confidence tests provide checks for much of the 
remaining circuitry to ensure that instrument operation is 
correct. Confidence tests are performed automatically at 
power-up after the Kernel is determined to be functional or 
initiated by the operator from the Diagnostic Monitor. 



A failure of any Confidence test during power-up will 
pass control to the Diagnostic Monitor; this permits the 
test results to be examined. Descriptions of the 
Confidence tests follow. 



KERNEL TEST (Test 00). This test is not user 
selectable, but runs automatically when cycle mode is 
entered at power up. During cycle mode the 
microprocessor forces a self-reset by setting the PWR 
DOWN bit (bit #5) of U2310. If this does not force a reset 
condition, an error is recorded. Any kernel failures 
detected during cycle mode are also recorded. 

INTERRUPT REQUEST (Test 01). Ten consecutive 
interrupt cycles are checked to ensure that succeeding 
interrupts occur not more than 4.5 ms apart (5600 "E" 
cycles). 



Test checks: Interrupt Timer circuitry. 



SWITCH STUCK (Test 02). The front-panel, 
momentary-contact switches are scanned, checking for a 
closed switch. At power-up, the test runs immediately. 
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By holding one of the momentary switches in a closed 
position when power is first applied, this test will fail, and 
the Diagnostic Monitor will be entered. When the test is 
started from the Diagnostic Monitor, a one-half second 
delay is incorporated to allow the COUPLING (test start) 
switch to return to its normal (open) position. Table 6-4, 
above, defines the error codes that may be encountered 
when a switch is detected as closed. 

NOTE 

When the user presses the lower TRIGGER COU- 
PLING switch to stop this test, an error code may be 
generated. This is normal and does not indicate an 
actual failure. 



Test checks: Momentary switches, row scanning 
circuitry, and column scanning circuitry. 

READOUT BOARD (Test 03). This two-part test checks 
the interface to the Readout Board from the 
Microprocessor and the character RAM circuits. 



Processor Interface Test — The Microprocessor loads 
the three, eight-bit shift registers with an alternating bit 
pattern that is then shifted back to the processor for 
comparison. 



Test checks: Data Registers, data strobes (clocks), 
and the data input and output lines. 

RAM Test — A "1" is rotated through each byte of the 
Readout RAM, one bit at a time. Each time an additional 
bit is rotated into the byte, the byte is loaded into the 
processor interface and clocked back to the processor for 
comparison. The byte is then restored to its original 
content, and each successive byte is tested in the same 
manner. 



Test checks: Readout RAM addressing, Readout RAM 
data lines, and RAM read/write capability. 



CALIBRATION DATA (Test 04). Three checks are 
performed on the RAM to verify its contents. 

Checksum Test — The contents of locations containing 
calibration constants are checksummed using a spiral-add 
technique. The result is compared to the stored checksum 
generated at the time of calibration. 

Test checks: RAM addressing and RAM contents. 



Parity Test— As each of the calibration constants is 
read for the Checksum test above, the parity of each 14- 
bit word is checked. 



Test checks: CALIBRATION DATA integrity and RAM 
CALIBRATION DATA retention. 

Limit Test — Checks for valid calibration data. 



Test checks: The contents of locations containing 
calibration data are compared to their stored limits. 

MAIN BOARD (Test 05). The AUTO LVL triggering 
feature (a routine stored in firmware) is operated to detect 
the peaks of a Line Trigger signal. Detected peaks are 
compared to expected values to verify operation (and 
calibration) of interrelated signal processing circuits. 

Test checks: Line Trigger source, the A Trigger 
generation circuitry, and Control DAC U2101 (located on 
the Control board, diagram 2). 

BATTERY VOLTS (Test 06). The battery voltage is 
read and compared to stored constants. If the voltage is 
above or below the stored limits the appropriate error code 
is displayed. 

Test checks: Battery voltage, voltage follower 
operational amplifier U2620C, and CR2770. 

Exerciser Routines 

The Exerciser routines (see Table 6-5, above) allow the 
operator to set and examine various bytes of control data 
used in determining instrument function. 



POTS AND SWITCHES (Exerciser 01). This routine 
displays the values that the Microprocessor detects as the 
various digitized pots and switches are activated. The left 
half of the top line of the display appears after turning a 
pot. The right half of the top line of the CRT display 
appears after pressing a switch. The top line of the CRT 
display has the following format: 

AA BB CC DEEE FF GG HI JJ KL 



The format is defined as follows: 



"AA" is the code of the most-recently-activated 
potentiometer (see Table 6-9 for definition of pot codes). 
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"BB" is the current value (in hexadecimal) of pot AA. 
See Table 6-9 for the approximate range of codes for the 
CCW (counter clockwise) and CW (clockwise) 
potentiometer rotations. 

"CC" is the previous value (in hexadecimal) of pot AA. 

"D" is the DAC Multiplexer code used to select pot AA 
(see Table 6-9). 

"EEE" is the 12-bit DAC value (in hexadecimal) 
associated with pot AA. See Table 6-9 for the 
approximate range of codes for the CCW (counter 
clockwise) and CW (clockwise) potentiometer rotations. 

"FF" is the code of the previously-activated 
potentiometer (see Table 6-9). 

"GG" is the row code of the most-recently-activated 
switch (see Table 6-10 for definition of row codes). 

"H" is the switch-position code: for open; C for 
closed. 

"I" is the column code of the most-recently-activated 
switch (see Table 6-10). 

"JJ" is the row for for the previously-activated switch. 

"K" is the switch-position code: for open; C for 
closed. 

"L" is the column code for the previously-activated 
switch. 

NOTE 

For all momentary switches (except A/B TRIG) only 
the closed position will be shown in the switch- 
position code locations (H and K). The A/B TRIG 



switch has both the open and the closed positions 
shown. (MIN). Maximun intensity is at both the 
CCW and CW positions. 



Table 6-9 

Potentiometer Codes and Values (Exerciser 01) 



Rotation Values 


Potentiometer 


CCW 


CW 


AA 


Name 


BB 


DEEE 


BB 


DEEE 


Code 




FF 


6FFF 


00 


6000 


01 


HOLDOFF 


FF 


3FFF 


00 


3000 


02 


Triaaer LEVEL 




1000 


FF 


1FFF 


03 


SEC/DIV VAR 


rr 


5FFF 


00 


5000 


04 


Horizontal POSITION 


00 


0000 


FF 


3FFF 


05 


A (fii section 8 ) 


00 


0000 


FF 


3FFF 


06 


A (B section 3 ) 


00 


0000 


FF 


orrr 

3FFF 


07 


A REF OR DLY POS (A 












section 3 ) 


00 


0000 


FF 


3FFF 


08 


A REF OR DLY POS (B 












section 3 ) 


FF 


07FF 


00 


0000 


09 


CH 1 VOLTS/DIV VAR 


FF 


27FF 


00 


2000 


OA 


CH 2 VOLTS/DIV VAR 


FF 


0FFF 


00 


0000 


11 


CH 1 Vertical POSITION 


FF 


1FFF 


00 


1000 


12 


CH 2 Vertical POSITION 


FF 


27FF 


00 


2000 


13 


CH 3 Vertical POSITION 


FF 


37FF 


00 


3000 


14 


CH 4 Vertical POSITION 


FF 


4FFF 


00 


4800 


15 


TRACE SEP 


FF 


5FFF* 


00 


5FFF b 


16 


READOUT INTENSITY 


80 


6800 


FF 


6FFF 


17 


Trace INTENSITY 



■The A REF OR DLY POS and A controls are both 180° offset 
pairs that continuously rotate. Displayed BB values jump and 
the AA code changes when instrument software switches 
between the A and B sections. The D code position shows the 
two most-significant bits of the 14-bit DAC output (in hexade- 
cimal), effectively generating 5.S turn potentiometer values. 

The potentiometer midpoint value is 5800, and the intensity is 
off (MIN). Maximun intensity is at both the CCW and CW posi- 
tions. 
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Table 6-10 
Pots and Switches Column 
and Row Code Definitions (Exerciser 01) 



Row 


Column 


Definition 


Row 


Column 


Definition 


Code 


Code 




Code 


Code 






(I) 




(GG) 


(■) 










Trig COUPLING Down 


5 





READOUT Scale Factors 





1 


Trig COUPLING Up 


5 


1 


Unused 


U 


o 

£. 


MCA CI IDC/UICI D 


c 

o 



c. 


I Ini iq&H 





o 

O 


on 1 L-oupitng uown 


c 



o 
o 


I Ini icoH 


(J 


4 


uti l ooupiing up 


c 
o 


A 

*T 


I Ini iq&H 


1 





CH 4 VOLTS/DIV 


6 





CH 1 VERT MODE 


1 


1 


CH 3 VOLTS/DIV 


6 


1 


CH 2 VERT MODE 




£. 


1 INI 1 1 \JJf OU /o 


c 
O 


o 

£ 


Ann vfrt MonF 


1 


O 


on ^ ooupiing uown 


c 
o 




C.U ^ VFRT MOnF 


1 


4 


Un ^ coupling up 


c 

D 


A 


r;u| 4 VFRT MOnF 
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2 


CH 2 VOLTS/DIV Bit 3 


8 


2 
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1 
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1 
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2 
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2 
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4 


3 
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9 


3 


Trig MODE Up 


4 


4 


A/B SWP Select 


9 


4 


A/B TRIG Select 



CALIBRATION RAM EXAMINE (Exerciser 02). This 
routine allows the operator to examine the contents of 256 
decimal locations, 00 (Hex) through FF (Hex), in RAM. 
When entered, the Exerciser displays the contents of RAM 
location 00 (Hex) on the top line of the CRT display. One 
hundred and seventy calibration constants reside between 
addresses 01 (Hex) and AA (Hex). Calibration constants 
residing between 01 (Hex) and 6E (Hex) should have odd 
parity as explained below. The remaining locations may be 
of either parity. The readout display line has the following 
format: 

AA DDDD P 

The format is defined as follows: 



"AA" is the eight-bit address in hexadecimal notation. 

"DDDD" is the 14-bit word stored at that location (13 
bits of data and one parity bit). 



"P" is a parity indicator for the data word: X indicates 
even parity; blank is odd parity. 



Pushing the upper or lower TRIGGER MODE switch will 
increment or decrement the RAM address by 16 (10 Hex) 
respectively. Similarly, pushing the upper or lower 
TRIGGER SOURCE switch will increment or decrement 
the address by 1 respectively. 
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CYCLE ERROR CLEAR {Exerciser 03). This routine 
provides a way for the operator to clear the cycle-failure 
data written to the RAM when a CYCLE mode failure 
occurs. Interpretation of the cycle failure data is explained 
in the "Display Format" description provided earlier in this 
section. Until the data is cleared, each time the 
instrument is powered up, the Diagnostic Monitor is 
entered. 



Clearing the RAM location (and the CYCLE ERROR 
message) is done by scrolling to EXER 03 (CLEAR CYCLE 
ERROR) and pressing the following switches in sequence: 



TRIGGER COUPLING upper (starts exerciser), 

TRIGGER SOURCE tower, 

TRIGGER MODE lower, then 

TRIGGER COUPLING lower (exits the exerciser). 



When the CYCLE ERROR CLEAR routine is success- 
fully executed, the cycle failure data will disappear from 
the display. 



DISPLAY ROM HEADERS (Exerciser 04). This routine 
displays the Standard Tektronix ROM Header of each 
system ROM on the top line of the CRT display. The 
readout line has the following format: 



CCCC PPPP SS AAAA OD 



The definition of the format is as follows: 



"CCCC" is a two-byte hexadecimal checksum. 



"PPPP" is the four middle digits of the ROM part 
number. 



"SS" is the suffix of the ROM part number (version 
number). 



"AAAA" is the starting address of the ROM (address 
where the ROM should be installed). 

"OD" is a two-character option designator identifying 
the option that this particular line of diagnostic information 



refers to (see Options manual for details). For the basic 
instrument, the OD location is blank. 



Pressing the upper TRIGGER COUPLING switch incre- 
ments the routine to the next ROM Header; pressing the 
lower TRIGGER COUPLING switch exits the routine. 



HRS ON and OFF/ON CYCLES (Exerciser 05). This 
routine displays the Operating Time and Power Cycle 
Count (see Operators Manual). 



POWER-UP SETUP (Exerciser 06). This routine selects 
the setup to use at power-up (see Operators Manual). 



SAVE ENABLE (Exerciser 07). This routine 
Enable/Disable setup SAVE and sequence definition (see 
Operators Manual). 



SETUP INIT (Exerciser 08). This routine destroys all 
saved setups (see Operators Manual). 



2467B VIEWING TIMER CONTROL (Exerciser 09). 

This routine controls the length of time the Viewing Timer 
is displayed before the SHUTDOWN warning is displayed 
(see the 2467B Operators Manual). 



CONTROLLER LATCHES EXERCISER. This routine is 
not user selectable, but it runs automatically when the 
Diagnostic Monitor is waiting for a key activation. 



The routine first sets latches U2301 and U2201 
(diagram 2). It then pulses the B SWP CLK line (pin 13 of 
U2660, diagram 1), as a scope trigger, and rotates a "0" 
through 15 of the 16 latched bits. Bit 16 is not set since it 
would reset Interrupt Timer U2640 (diagram 1) and upset 
processor interrupt timing. By externally triggering a test 
oscilloscope on the B SWP CLK signal line and observing 
the shifted timing relationships of the latched signals, 
proper operation of the DAC latches may be verified. 



NOP KERNEL EXERCISER. This exerciser is not a 
firmware routine, but rather a forced hardware condition. It 
is best suited for troubleshooting an inoperative Control 
Board, as it exercises only the Microprocessor address 
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bus (see Table 6-11) and the associated Address Decode 
circuitry. By moving Jumper P503 (diagram 1) to the 
Diagnostic position, Data Bus Buffers U2350 and U2450 
are disabled, and the Microprocessor is forced into a NOP 
(no operation) loop. This causes the address on the 
address bus to be continuously incremented for exercising 
the Address Decode circuitry. Troubleshooting of kernel 
addressing with an oscilloscope or logic analyzer is then 
possible. 



Table 6-11 
NOP Test Data 



U2140 


Signal 


1 CYCLE 


Frequency 


Pin # 


Name 


Time 




9 


AO 


3.199 ms 


312.5 kHz 


10 


A1 


6.39 /is 


156.3 kHz 


11 


A2 


12.79 mS 


78.15 kHz 


12 


A3 


25.59 /iS 


39.075 kHz 


13 


A4 


51.18 mS 


19.53 kHz 


14 


A5 


102.4 ms 


9.769 kHz 


15 


A6 


204.7 mS 


4.88 kHz 


16 


A7 


409.4 mS 


2.44 kHz 


17 


A8 


818.9 mS 


1.22 kHz 


18 


A9 


1 638 mS 


610.6 Hz 


19 


A10 


3275 mS 


305.3 Hz 


20 


A11 


6.55 ms 


152.6 Hz 


22 


A12 


13.1 ms 


76.3 Hz 


23 


A13 


26.2 ms 


38.16 Hz 


24 


A14 


52.4 ms 


19.08 Hz 


25 


A15 


104.8 ms 


9.54 Hz 
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CORRECTIVE MAINTENANCE 



INTRODUCTION 

Corrective maintenance consists of component replace- 
ment and instrument repair. This part of the manual 
describes special techniques and procedures required to 
replace components in this instrument. If it is necessary to 
ship your instrument to a Tektronix Service Center for 
repair or service, refer to the "instrument Repackaging 
Instructions" in Section 2. 



MAINTENANCE PRECAUTIONS 

To reduce the possibility of personal injury or instru- 
ment damage, observe the following precautions. 



1. Disconnect the instrument from the ac power 
source before removing or installing components. 
Verify that the line-rectifier filter capacitors are 
discharged prior to performing any servicing. 



3. Use care not to interconnect instrument grounds 
which may be at different potentials (cross 
grounding). 



4. When soldering on circuit boards or small insu- 
lated wires, use only a 15-watt, pencil-type 
soldering iron. 



WARNING 



The battery used in this device may 
present a fire or chemical burn hazard if 
mistreated. Do not recharge, rapidly 
discharge, disassemble, heat above 100°C, 
(212°F), or incinerate. 

Replace battery with part number listed in 
replaceable parts section only. Use of 
another battery may present a risk of fire 
or explosion. 

Dispose of used battery promptly. Small 
quantities of used batteries may be 
disposed of in normal refuse. Keep away 
from children. Do not disassemble and do 
not dispose of in fire. 



5. Lithium batteries may be hazardous if mis- 
treated. Follow all safety precautions when work- 
ing with the batteries. 



OBTAINING REPLACEMENT PARTS 



Most electrical and mechanical parts can be obtained 
through your local Tektronix Field Office or representative. 
However, many of the standard electronic components can 
usually be obtained from a local commercial source. 
Before purchasing or ordering a part from a source other 
than Tektronix, Inc., please check the "Replaceable 
Electrical Parts" list for the proper value, rating, tolerance, 
and description. 

NOTE 

Physical size and shape of a component may affect 
instrument performance, particularly at high frequen- 
cies. Always use direct-replacement components, 
unless it is known that a substitute will not degrade 
instrument performance. 

Special Parts 

In addition to the standard electronic components, 
some special parts are used in the instrument. These com- 
ponents are manufactured or selected by Tektronix, Inc. to 
meet specific performance requirements, or are manufac- 
tured for Tektronix, Inc. in accordance with our 
specifications. The various manufacturers can be 
identified by referring to the "Cross Index-Manufacturer's 
Code number to Manufacturer" at the beginning of the 
"Replaceable Electrical Parts" list. Many of the mechanical 
parts used in this instrument were manufactured by 
Tektronix, Inc. Order all special parts directly from your 
local Tektronix Field Office or representative. 



Ordering Parts 

When ordering replacement parts from Tektronix, Inc., 
be sure to include all of the following information: 



1. Instrument type (include modification or option 
numbers). 



2. Instrument serial number. 
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3. A description of the part (if electrical, include its 
full circuit component number). 



4. Tektronix part number. 



MAINTENANCE AIDS 
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INTERCONNECTIONS 



Interconnections in this instrument are made with pins 
soldered onto the circuit boards. Several types of mating 
connectors are used for the interconnecting pins. The fol- 
lowing information provides the replacement procedures 
for the various type connectors. 



The maintenance aids listed in Table 6-12 include items 
required for performing most of the maintenance 
procedures in this instrument. Equivalent products may be 
substituted for the examples given, provided their charac- 
teristics are similar. 



End-Lead Pin Connectors 

Pin connectors used to connect the wires to the inter- 
connect pins are factory assembled. They consist of 
machine-inserted pin connectors mounted in plastic 



Table 6-12 
Maintenance Aids 



Description 


Specification 


Usage 


Example 


1 . Soldering Iron 


15 to 25 W. 


General soldering and 
unsoldering. 


Antex Precision Model C. 


2. Flat-bit Screwdriver 


3-inch shaft, 3/32 inch bit. 


Assembly and disassembly. 


Xcelite Model R3323. 


3. Torx Screwdriver 


Tip Sizes: #T9, #T10, 
#T15, #T20. 

Handles 


Assembly and disassembly. 


Tektronix Part Numbers 

#T9 003-0965-00 
#T10 003-0815-00 
#T15 003-0966-00 
#T20 003-0866-00 

8 1/2 in. 003-0293-00 
3 1/2 in. 003-0445-00. 


4. Nutdrivers 


3/16 inch, 1/4 inch and 5/16 
inch 


Assembly and disassembly. 


Xcelite #6, #8 and #10. 


5. Open-end Wrenches 


1/4 inch, 5/16 inch, 7/16 
inch. 


Assembly and disassembly. 




6. Allen Wrenches 


0.050 inch, 1/16 inch. 


Assembly and disassembly. 




7. Long-nose Pliers 




Component removal and 
replacement. 


Diamolloy Model LN55-3. 


8. Diagonal Cutters 




Component removal and 
replacement. 


Diamalloy Model M554-3. 


9. Vacuum Solder 
Extractor 


No static charge retention. 


Unsoldering static sensitive 
devices and components on 
multilayer boards. 


Pace Model PC-10. 


10. Spray Cleaner 


No-Noise 


Switch and Pot cleaning. 


Tektronix Part Number 006- 
0442-02. 


1 1 . Pin-replacement 
kit 




Replace circuit board connector 
pins. 


Tektronix Part Number 040- 
0542-00. 


12. IC-Removal Tool 




Removing DIP IC packages. 


Augat T114-1. 


13. Isopropyl Alcohol 


Reagent grade. 


Cleaning attenuator and front 
panel assemblies. 


2-lsopropanol. 
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holders. If the connectors are faulty, the entire wire 
assembly should be replaced. 



Multipin Connectors 

When pin connectors are grouped together and 
mounted in a plastic holder, they are removed, reinstalled, 
or replaced as a unit. If any individual wire or connector in 
the assembly is faulty, the entire cable assembly should be 
replaced. Multipin connector orientation is indexed by a tri- 
angle on the cable connector and a 1 or triangle on the cir- 
cuit board. Slot numbers may be molded into the 
connector. Be sure these index marks are aligned with 
each other when the multipin connector is reinstalled. 



TRANSISTORS, INTEGRATED CIRCUITS, 
AND HYBRID CIRCUITS 

Transistors, integrated circuits, and hybrid circuits 
should not be replaced unless they are actually defective. 
If removed from their sockets or unsoldered from the cir- 
cuit board during routine maintenance, return them to their 
original board locations. Unnecessary replacement or 
transposing of semiconductor devices may affect the 
adjustment of the instrument. When a semiconductor is 
replaced, check the performance of any circuit that may be 
affected. 



Any replacement component should be of the original 
type or a direct replacement. Bend transistor leads to fit 
their circuit board holes, and cut the leads to the same 
length as the original component. See Figure 9-2 in the 
"Diagrams" section for lead-configuration illustrations. 



The heat-sink-mounted power supply transistors are 
insulated from the heat sink with a heat-transferring insu- 
lator pad. Reinstall the insulator pads and bushings when 
replacing these transistors. Do not use any type of heat- 
transferring compound on the insulator pads. 



J> CAUTION < 

After replacing a power transistor, check that the 
collector is not shorted to the heat sink before apply- 
ing power to the instrument. 



To remove socketed dual-in-line packaged (DIP) 
integrated circuits, pull slowly and evenly on both ends of 
the device. Avoid disengaging one end of the integrated 
circuit from the socket before the other, since this may 
damage the pins. 



To remove a soldered DIP IC when it is going to be 
replaced, clip all the leads of the device and remove the 
leads from the circuit board one at a time. If the device 
must be removed intact for possible reinstallation, do not 
heat adjacent conductors consecutively. Apply heat to pins 
at alternate sides and ends of the IC as solder is removed. 
Allow a moment for the circuit board to cool before 
proceeding to the next pin. 



Hybrid circuits and heatsinks are removed as a unit by 
removing the mounting nuts at the four corners of the 
heatsink/housing. A firm downward pressure at the center 
of the heatsink will aid in installation/removal of the nuts. 
The hybrid circuit substrate is bonded to the 
heatsink/housing casting. Attempting to separate the 
hybrid device from its heatsink will damage the device. 



SOLDERING TECHNIQUES 



The reliability and accuracy of this instrument can be 
maintained only if proper soldering techniques are used to 
remove or replace parts. General soldering techniques, 
which apply to maintenance of any precision electronic 
equipment, should be used when working on this instru- 
ment. 



WARMING 



To avoid an electric-shock hazard, observe the fol- 
lowing precautions before attempting any soldering: 
turn the instrument off, disconnect it from the ac 
power source, and verify that the line-rectifier filter 
capacitors have discharged (see label on the primary 
power shield). If, due to a component failure, the 
capacitors are not discharging, it may be necessary 
to discharge them. Use a 1-kQ 5-watt resistor and 
discharge the capacitors from point to point through 
the access holes in the primary power shield. 

Use rosin-core wire solder containing 63% tin and 37% 
lead. Contact your local Tektronix Field Office or represen- 
tative to obtain the names of approved solder types. 



When soldering on circuits boards or small insulated 
wires, use only a 1 5-watt, pencil-type soldering iron. A 
higher wattage soldering iron may cause etched circuit 
conductors to separate from the board base material and 
melt the insulation on small wires. Always keep the 
soldering-iron tip properly tinned to ensure best heat 
transfer from the iron tip to the solder joint. Apply only 
enough solder to make a firm joint. After soldering, clean 
the area around the solder connection with an approved 
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flux-removing 
it to air dry. 



solvent (such as isopropyl alcohol) and allow 



Circuit boards in this instrument may have as many as 
four conductive layers. Conductive paths between the top 
and bottom board layers may connect to one or more 
inner layers. If any inner-layer conductive path becomes 
broken due to poor soldering practices, the board 
becomes unusable and must be replaced. Damage of this 
nature can void the instrument warranty. 




Only an experienced maintenance person, proficient 
in the use of vacuum-type desoldering equipment 
should attempt repair of any circuit board in this 
instrument. 



2. When removing a multipin component, especially 
an IC, do not heat adjacent pins consecutively. 
Apply heat to the pins at alternate sides and 
ends of the IC as solder is removed. Allow a 
moment for the circuit board to cool before 
proceeding to the next pin. 




Excessive heat can cause the etched cir- 
cuit conductors to separate from the circuit 
board. Never allow the solder extractor tip 
to remain at one place on the board for 
more man three seconds. Solder wick, 
spring-actuated or squeeze-bulb solder 
suckers, and heat blocks (for desoldering 
multipin components) must not be used. 
Damage caused by poor soldering tech- 
niques can void the instrument warranty. 



Desoldering parts from multilayer circuit boards is espe- 
cially critical. Many integrated circuits are static sensitive 
and may be damaged by solder extractors that generate 
static charges. Perform work involving static-sensitive dev- 
ices only at a static-free work station while wearing a 
grounded antistatic wrist strap. Use only an antistatic 
vacuum-type solder extractor approved by a Tektronix 
Service Center. 



3. Bend the leads of the replacement component to 
fit the holes in the circuit board. If the com- 
ponent is replaced while the board is installed in 
the instrument, cut the leads so they protrude 
only a small amount through the reverse side of 
the circuit board. Excess lead length may cause 
shorting to other conductive parts. 



> CAUTION i 

Attempts to unsolder, remove, and resolder leads 
from the component side of a circuit board may 
cause damage to the reverse side of the circuit 
board. 



4. Insert the leads into the holes of the board so 
that the replacement component is positioned 
the same as the original component. Most com- 
ponents should be firmly seated against the cir- 
cuit board. 



The following techniques should be used to replace a 
component on a circuit board: 



5. Touch the soldering iron to the connection and 
apply enough solder to make a firm solder joint. 
Do not move the component while the solder 
hardens. 



1 . Touch the vacuum desoldering tool to the lead at 
the solder connection. Never place the iron 
directly on the board; doing so may damage the 
board. 



6. Cut off any excess lead protruding through the 
circuit board (if not clipped to the correct length 
in step 3). 



NOTE 

Some components are difficult to remove 
from the circuit board due to a bend placed 
in the component leads during machine 
insertion. To make removal of machine- 
inserted components easier, straighten the 
component leads on the reverse side of the 
circuit board. 



7. Clean the area around the solder connection 
with an approved flux-removing solvent. Be care- 
ful not to remove any of the printed information 
from the circuit board. 



8. When soldering to the ceramic CRT-termination 
network, a slightly larger soldering iron can be 
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used. It is recommended that a solder containing 
about 3% silver be used when soldering to the 
ceramic material to avoid destroying the bond. 
The bond can be broken by repeated use of ordi- 
nary tin-lead solder or by the application of too 
much heat; however, occasional use of ordinary 
solder will not break the bond, provided exces- 
sive heat is not applied when making the con- 
nection. 



3. Install the front cover, place the cabinet carrying 
handle against the bottom of the cabinet, and 
set the instrument face down on a flat surface. 



4. On 2465B instruments, unwrap the power cord 
and remove it. 



5. Remove the four screws in the rear feet. 



REMOVAL AND REPLACEMENT 
INSTRUCTIONS 



WARNING 



To avoid electric shock, disconnect the instalment 
from the ac power source before removing or replac- 
ing any component or assembly. 



WARNING 



Removal of the cabinet and other external panels 
leaves the CRT exposed for possible damage. All 
procedures in these instructions require careful 
attention to avoid damage to the CRT which could 
cause it to implode. An implosion creates high speed 
glass fragments. Wear protective clothing and use 
safety shields as required. See 'WARNING' in 'CRT 
REMOVAL". 



6. Remove the two screws from the top-center and 
bottom-center of the rear cover. 



7. Lift the rear cover and power cord away from 
the instrument, leaving the rear feet attached. 



WARNING 



Dangerous potentials exist at several 
points throughout this instrument. If it is 
operated with the cabinet removed, do not 
touch exposed connections or com- 
ponents. Some transistors may have 
elevated case voltages. Disconnect the ac 
power source from the instrument and ver- 
ify that the line-rectifier filter capacitors 
have discharged before cleaning the 
instrument or replacing parts (see label on 
the primary power shield). 



8. Slide the cabinet off the instrument. 



The exploded view drawing in the "Replaceable 
Mechanical Parts" list at the rear of this manual may be 
helpful during the removal and reinstallation of individual 
components or subassemblies. Circuit board and com- 
ponent locations are illustrated in the "Diagrams'' section 
of this manual. 



Cabinet Removal 

Removal of the instrument wrap-around cabinet is 
accomplished by the following steps: 



1. Unplug the power cord from the ac power 
source. 



2. Unplug the power cord from the rear-panel 
connector. 



To reinstall the wrap-around cabinet, perform the 
reverse of the preceding instructions. Ensure that the 
cabinet fits properly into the EMI gasket grooves in the 
front frame and rear panel. 



WARNING I 



The line-rectifier filter capacitors normally 
retain a charge for a short period (approxi- 
mately 15 to 20 seconds) after the instru- 
ment is turned off and can remain charged 
for a longer period if a bleeder-resistor or 
power-supply problem occurs. Before 
beginning any cleaning or work on the 
internal circuitry of the oscilloscope, 
disconnect the ac power source from the 
instrument and verify that the capacitors 
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have discharged to 24 V or less. Measure- 
ment is made at the three points indicated 
on the plastic primary input shield at the 
rear of the instrument (after the Top-Cover 
Plate is removed). If the capacitors retain 
charges of greater than 24 V for more than 
20 seconds, discharge them using a 1 k, 
5-watt resistor connected point-to-point 
across the capacitors through the access 
holes. Ensure that the capacitors are 
discharged before starting to troubleshoot. 



Vertical Bracket (Top-Cover Plate) Removal 

To remove the Vertical Bracket from instruments that 
do not have the DMM option installed, perform the 
following steps: 



1. Remove the instrument Cabinet as described in 
that procedure. 



2. Set the instrument, bottom down, on a flat 
surface. 



3. Remove two top securing screws at the front 
edge of the Vertical Bracket. 



4. (SN B049999 and below.) Remove the two 
screws in the right-center of the Vertical Bracket. 



4. (SN B050000 and above.) Remove one screw in 
the right-center of the Vertical Bracket. 



5. Remove the top securing screw at the left-rear 
of the Vertical Bracket. 



6. Remove the securing screw from the chassis 
rear plate. 



7. Remove the securing screw from the left side of 
the chassis. 



8. Lift the Vertical Bracket up and away from the 
instrument. 



(SN B049999 and below.) To reinstall the Vertical 
Bracket, perform the reverse of the preceding instructions. 
Be certain to align the circuit board at the right rear with 
the two black grommets installed in the Vertical Bracket. 
Align the two black plastic pins on the power supply 
assembly with their mating holes before installing and 
tightening screws. 



(SN B050000 and above.) To reinstall the Vertical 
Bracket, perform the reverse of the preceding instructions. 
Align the black plastic pin on the power supply assembly 
with its mating hole before installing and tightening screws. 



A5 — Control Board Removal 

Removal of the Control Board is accomplished by the 
following steps: 



1. Remove the instrument wrap-around cabinet as 
described in that procedure. 



2. Place the instrument on its left side on a flat 
surface. 



3. Disconnect the two ribbon-cable and one flex- 
circuit connectors (P251 , P651 , and P652) from 
the Control board (see Figure 6-2). 



4. (SN B049999 and before.) Disconnect the two 
ribbon-cable connectors (P511 and P512) from 
the Main Board. 



4. (SN B050000 and above.) Disconnect the three 
ribbon-cable connectors (P411, P511, and P512) 
from the Main Board. 



5. Remove the five mounting screws securing the 
Control board to the chassis, one at each corner 
of the board and one at the center. 



6. Lift the Control board away from the chassis. 



To reinstall the Control board, perform the reverse of 
the preceding instructions. 
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68B3-52A 



FAN REMOVAL. (If your instrument has the DMM 
option installed and has a serial number of SN B049999 or 
below, use the " Fan Removal" procedure in your Options 
Service Manual.) For all others, removal of the fan is 
accomplished by the following steps: 



To reinstall the Fan, perform the reverse of the above 
instructions. Align the holes in the Fan flange with the 
pins on the rear plate before tightening the screw. 



1 . Desolder the wires from the feed-through capaci- 
tor (C10) and ground lug, noting color code for 
reassembly. 

2. Remove the Fan retainer screw, located above 
the Fan. 

3. Remove the Fan retainer and Fan. 



A2/A2A1 and A3— Power Supply Assembly 
Removal 

Removal of the Power Supply assembly from instru- 
ments that do not contain options is accomplished by the 
following steps: 



1. Remove the instrument Cabinet as described in 
that procedure. 
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2. Remove the Vertical Bracket as described in that 
procedure. 



3. 



4. 



5. 



6. Remove the two screws holding the rear of the 
Power Supply assembly to the rear plate. 



7. Remove the three screws securing the power- 
transistor heatsink to the chassis. 



8. Disconnect the power supply ribbon-cable con- 
nector (P251) from the Control board and feed 
the cable through the notch in the Control board 
and slot in the chassis. 



9. Disconnect the two cables (P121 and P122) con- 
necting the Main board to the Power Supply 
from the side of the Power Supply assembly. 



12. Lift the Power Supply assembly from the 
instrument. 



To reinstall the Power Supply assembly, perform the 
reverse of the preceding instructions. 



The following procedures describe the further disassem- 
bly of the Power Supply assembly circuit boards once the 
assembly is removed from the instrument. 



INVERTER BOARD AND REGULATOR BOARD 
SEPARATION. To separate the Inverter and Regulator 
boards, perform the following steps: 

Remove the rear-corner securing screw from the 
Regulator board and the two screws at the front 
edge of this board. 



Unplug the four pin disconnect terminals (J231, 
J232, J233, and J234) while disabling the locking 
leg on the connector retainer. 



(SN B049999 and below.) Separate the two cir- 
cuit boards by removing the four black plastic 
spacers from the top and bottom edges of the 
assembly. 



3. (SN B050000 and above.) Separate the two cir- 
cuit boards by removing the three black and one 
white spacers from the top and bottom edges of 
the assembly. Note the location of the white 
spacer for reassembly. 



To rejoin the Inverter and Regulator boards, perform 
the reverse of the preceding steps. 



A9 — High-Voltage Board Removal 

Removal of the High-Voltage board is accomplished by 
the following steps: 

Remove the instrument Cabinet as described in 
that procedure. 



Remove the Vertical Bracket as described in that 
procedure. 



WARMING I 



77?e CRT anode lead may retain a high- 
voltage charge after the instrument is 
turned off. To avoid electrical shock, 
ground the CRT anode lead to the chassis 
after disconnecting the plug. Reconnect 
and disconnect the anode-lead plug several 
times, grounding the anode lead to chassis 
ground each time it is disconnected to fully 
dissipate the charge. 



Remove the Fan as described in that procedure. 



Desolder the Fan power cable connecting the 
power supply to the feed-through capacitor (C1 0) 
on the inside of the rear plate. 

2. 

Remove the two screws in the rear plate holding 
the black plastic primary circuit shield (located 
inside the chassis) and remove the shield. 

3. 



10. Disconnect the four primary power connectors 
(P204, P205, P206, and P207) at the rear of the -\ 
Power Supply assembly. Note their orientation 
for reinstallation. 

2. 

1 1 . If the Probe Power option is installed, disconnect 
the Probe Power connectors (P201 and P202) 
from the Power Supply assembly. 
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3. Unplug the CRT anode lead and discharge it to 
chassis ground. 

4. Remove the high-voltage lead from the retainer 
cap. 

5. Unplug the two leads connecting the CRT to the 
ceramic CRT terminator. Use long-nose pliers to 
pull the connectors straight away from the CRT 
neck pins. Avoid putting pressure on the metal- 
to-glass seal at the base of the pins. 



6. Disconnect the single conductor connector from 
the ceramic CRT terminator. 



7. Remove the two nuts retaining the ceramic CRT 
terminator to the chassis and remove the 
terminator. 



8. Remove the nut retaining the high-voltage lead 
clamp to the chassis and remove the clamp. 



9. Remove three screws on the rear CRT cover. 
Remove the cover. 



10. Remove the five screws securing the High- 
Voltage Shield and remove the shield. If optional 
assembly cables are mounted in the shield's 
groove, it will be necessary to loosen these 
cables from the option board enough to slip the 
cover out underneath them. 



1 1 . Remove the high-voltage lead from the u-shaped 
grommet in the rear plate. 



12. Unplug the CRT socket by gently prying evenly 
on both sides of the socket until the socket can 
be disengaged from the CRT pins. Do not apply 
side pressure on the socket. 



13. Disconnect the connectors (2465B: P901, P902, 
P903, and P904); (2467B: P4370, P4371, 
P4372, P4390, P4391, and P4401) from the 
High-Voltage board. Note connector orientation 
for reinstallation. 



14. Remove the four spacer posts securing the 
High-Voltage Board to the chassis. 



15. Carefully tilt the top of the High Voltage board 
out far enough to clear the chassis side flange 
while pulling the board up gently to disengage 
the High-Voltage board pin connectors from the 
Main board. 



16. Lift the board from the chassis while carefully 
feeding the CRT socket, cabling, and high- 
voltage lead through the rear plate slot. 

To reinstall the High-Voltage Board, perform the 
reverse of the preceding instructions. 

A4— Readout Board Removal (SN B049999 and 
Below) 

Removal of the Readout Board is accomplished by the 
following steps: 

1. Remove the instrument Cabinet as described in 
that procedure. 



2. Remove the Vertical bracket as described in that 
procedure. 



3. Place the instrument, left side down, on a flat 
surface. 



4. Disconnect the Readout board ribbon-cable con- 
nector (P411) from the Main board. 



5. With the instrument still on its side, pull the 
Readout board out of its plastic board mounts. 
Remove it from the instrument while guiding the 
ribbon cable and connector through the slots in 
the Main board and chassis. 



To reinstall the Readout board, perform the reverse of 
the preceding steps. 



A6 — Front-Panel Circuit Board Assembly Removal 

Removal of the Front-Panel circuit board assembly is 
accomplished by the following steps: 



1. Remove the instrument Cabinet as described in 
that procedure. 
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2. Set the instrument back into its rear cover with 
the CRT facing up. Using a small-bladed 
screwdriver, gently pry up on the top cover trim 
strip to release it from the top edge of the front 
decorative trim ring. 



3. Remove the four screws from the top edge of 
the front decorative trim ring. 



4. Remove the four screws and the two plastic feet 
from the bottom edge of the front decorative 
trim ring. 



3. Using firm outward pressure, pull off the remain- 
ing knobs. Note the locations of the knobs with 
indicator bars for reference during reinstallation. 



4. On the rear of the assembly, remove the four 
screws securing the black variable resistor 
holder assembly. 



5. Separate and slide out the above assembly with 
attached variable-control shafts. Avoid stressing 
the shafts to the side while sliding the assembly 
out. 



5. Using firm outward pressure, pull the knobs from 
the four controls directly below the CRT (INTEN- 
SITY, FOCUS, READOUT INTENSITY, and 
SCALE ILLUM). 



6. Slide off the front decorative trim ring. The clear 
implosion shield is retained by the trim ring. Use 
care to avoid dislodging the shield accidentally 
from its recess in the CRT frame. 



7. Disconnect the ribbon-cable connector (P652) 
and the flex-circuit connector (P651) from the 
front of the Control Board. Feed the flex-circuit 
connector through the slot carefully while sliding 
the front panel gently outward. 



8. Pull out the Front-Panel Circuit Board Assembly. 



The following steps describe the further disassembly of 
the Front-Panel Assembly once it is removed from the 
instrument. 



ASSEMBLY SEPARATION. Separation of the pot 
holder module from the Front-Panel Board is accomplished 
by the following steps: 



1. Using a 1/16-inch Allen wrench, loosen the set 
screws in the CH 1 VOLTS/DIV VAR, CH 2 
VOLTS/DIV VAR, and A and B SEC/DIV VAR 
knobs and remove these three knobs from their 
control shafts. 



2. Using a 1/16-inch Allen wrench, loosen the six 
set screws in the CH 1 and CH 2 VOLTS/DIV 
knobs, and the SEC/DIV knob. Remove these 
three knobs from their control shafts. 



FRONT-PANEL REMOVAL. Use the following 
procedure to further disassemble the Front-Panel circuit 
board assembly. 

1. Separate the Front-Panel and variable resistor 
holder assembly as described above (if not 
already done). 



2. Lift up the circuit board carefully to avoid 
dislodging any of the square push buttons from 
their switches. 



3. Lift off the black plastic switch guide and mount- 
ing ring. 

To reassemble and reinstall the Front-Panel assembly, 
perform the reverse of the preceding instructions. When 
reinstalling the circuit board, align all push buttons and 
LEDs with the black plastic switch guides before installing 
and tightening the screws. 



A1A11 and A1A12 — Channel 1 and Channel 2 
Attenuator Assembly Removal 

Removal of either the Channel 1 or Channel 2 Attenua- 
tor assembly is accomplished by the following steps: 



1. Remove the instrument Cabinet as described in 
that procedure. 



2. Remove the Front-Panel assembly as described 
in that procedure. 



3. Remove the two screws holding the Attenuator 
support bar and remove the bar. 
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4. For each attenuator, remove the two screws 
holding the Attenuator to the front subpanel and 
the two screws holding it to the Main board 
(through access holes in the front panel compart- 
ment of the chassis). 

5. Disconnect the associated multipin connector 
(either P10 for Channel 1 or P11 for Channel 2) 
from the Main board. 

6. Remove the two screws holding the preamplifier 
shield and ground clip and remove them. 

7. Desolder the two Attenuator output leads and 
the compensation capacitor lead. 

8. Unplug the Attenuator by gently pulling the 
assembly straight up and away from the Main 
Board. 

To reinstall a removed Attenuator assembly, perform 
the reverse of the preceding steps. 

A1— Main Board Removal 

Removal of the Main Board is accomplished by the fol- 
lowing steps: 



1. Remove the instrument Cabinet as described in 
that procedure. 

2. Remove the Vertical Bracket as described in that 
procedure. 



6. Disconnect the vertical and horizontal deflection 
leads from the neck pins of the CRT. Access is 
via holes in the Main board. Use long-nose 
pliers to disconnect the pins by gently pulling 
straight up on the connectors. Avoid putting side 
pressure on the metal-to-glass seal of the CRT 
neck pins. 



7. Desolder the rear-panel BNC connector leads 
from the BNCs. Unplug the CH 2 OUT cable 
(P105) from the Main board, and remove its 
cable retaining clamp. 



8. Disconnect the flex-circuit connector (P120) for 
the CRT controls from the Main board. 



9. Disconnect the two-conductor connector (P181) 
for the Scale Illumination board near the ASTIG 
and the SCALE ILLUM controls. 



10. Remove the STEP/AUTO jack (J12) retaining nut 
from the rear plate after desoldering its wire from 
the Main board using correct vacuum desolder- 
ing techniques. Remove the jack. 



1 1 . Turn the long extension shaft (see Figure 6-3) 
CCW and unsnap it from the pivot bracket at the 
rear middle of the Main board, sliding it out of 
the bracket sideways. 



!> CAUTION < 

Do not pull on the power switch push but- 
ton or it will be damaged. 



3. Remove the Front-Panel circuit board assembly 
as described in that procedure. 

4. Disconnect the two power-supply multipin con- 
nectors (P121 and P122) from the side of the 
Power Supply assembly. 

5. Disconnect the three ribbon-cable connectors 
(P411, P511, and P512) from the bottom of the 
Main board. 

See "Warning" under CRT removal instructions before 
proceeding. 



1 2. Remove the power switch push button mounting 
screw (item A) shown in Figure 6-3. Separate the 
long extension shaft from the short extension 
shaft at point B by inserting a small screwdriver 
tip in the slot while pulling out on the bracket at 
point C. Remove the screw (item D) and slide the 
long extension shaft out the rear of the front 
frame. 

13. Remove the two screws holding the Attenuator 
support bar and remove the bar. 

14. Remove the six screws holding the Attenuator 
assemblies and the CH 3 and CH 4 input con- 
nectors to the front subpanel. 
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LONG EXTENSION 
SHAFT 




EXTENSION 
SHAFT BRACKET 



6019-04 



Figure 6-3. Power Switch Push Button Disassembly. 



15. Remove the Main board mounting screws (ten 
screws total securing the Main board to the 
chassis). 



Remove the front decorative trim ring as 
described in the A6-Front Panel board removal 
procedure. 



16. Lift the rear of the Main board away from the 
chassis to unplug J191 and separate the Main 
board from the High Voltage board. When the 
plug pins are completely disengaged and the rear 
of the board clears the rear frame, slide the Main 
board rearward out of the front subpanel. Lift the 
Main board (with attached Delay Line) clear of 
the instrument while working the power supply 
cables through the slot in the chassis. 



4. 



Remove the eight screws in the CRT frame. 
Remove frame and black plastic gasket. Note 
the difference in length of the screws for 
reinstallation. 



Remove the clear plastic light reflector from the 
Scale-Illumination circuit board and the black 
plastic mounting spacer. 



To reinstall the Main board, perform the reverse of the 
preceding instructions. 



Disconnect the scale-illumination multipin con- 
nector (P181) from the Main board. 



A8— Scale Illumination Circuit Board Removal 

See "Warning" under CRT Removal before proceeding. 



Removal of the Scale-Illumination Circuit Board is 
accomplished by the following steps: 

1. Remove the instrument Cabinet as described in 
that procedure. 



Remove the Scale-Illumination circuit board by 
lifting it away from the front subpanel while 
working the wires and connector through the slot 
in the subpanel. 



To reinstall the Scale-Illumination circuit board, perform 
the reverse of the preceding instructions. 
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CRT Removal 



WARNING 



Use care when handling a CRT. Breakage of the 
CRT may cause high-speed scattering of glass frag- 
ments (implosion). Protective clothing and safety 
glasses (preferably a full-face shield) should be worn. 
Avoid striking the CRT on any object which may 
cause it to crack or implode. When storing a CRT, 
place it in a protective carton or set it face down on 
a smooth surface in a protected location. When 
stored face down, it should be placed on a soft, 
nonabrasive surface to prevent the CRT face plate 
from being scratched. 



1. Remove the instrument Cabinet as described in 
that procedure. 



2. Remove the Vertical Bracket as described in that 
procedure. 



3. Remove three screws on the rear CRT cover. 
Remove the cover. 



4. Unplug the CRT socket by gently prying the 
socket evenly on both sides until the pins can be 
disengaged. Do not apply side pressure on the 
socket. 



WARNING 



The CRT anode lead and the output termi- 
nal of the High-Voltage Multiplier can retain 
a high-voltage charge after the instrument 
is turned off. To avoid electrical shock, 
ground both the CRT anode lead and the 
high-voltage lead to the main instrument 
chassis. Repeat the grounding process 
several times to fully dissipate the charge. 



5. Disconnect the CRT anode lead connector and 
discharge it to chassis ground. 



6. Using long-nosed pliers, disconnect the horizon- 
tal and vertical deflection leads from the bottom 
of the CRT. Pull straight out on these connec- 
tors to prevent strain on the metai-to-glass seal. 
(Access to the connectors is through holes in the 
Main board.) 



7. Using long-nosed pliers, disconnect the vertical 
termination leads from the top of the CRT. On 
the 2465B, also disconnect the CRT shield 
ground lead from the top of the CRT. 



8. Remove the five screws securing the High- 
Voltage Shield and remove the shield. If optional 
assembly cables are mounted in the shield's 
groove, it will be necessary to loosen these 
cables from the option board enough to slip the 
cover out underneath them. 



9. Disconnect the connectors (2465B: P903); 
(2467B: P4370, P4371, P4390, and P4391) from 
the front of the High-Voltage board. Note 
connector orientation for reinstallation. 



10. Remove the front decorative trim ring as 
described in the A6-Front-Panel circuit board 
assembly removal instructions. 



1 1 . Remove the eight retaining screws from the 
CRT-mounting bezel at the front of the CRT. 
Note the difference in length of the screws for 
reinstallation. Push in on the four longer (outer) 
screws to disengage the CRT retainers. 



12. Remove the CRT frame and black plastic gasket 
from the front of the instrument, working the 
frame gently from side to side to free it from the 
CRT (if required). 



13. Slide the CRT out of the instrument while feed- 
ing the CRT leads through their respective holes 
in the CRT shield and front subpanel. 
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NOTE 

Once the CRT is removed, it should be 
stored in such a manner as to protect it 
from impact. If stored face down, it should 
be placed on a soft, nonabrasive surface to 
prevent the CRT face plate from being 
scratched. To reinstall the CRT, perform 
the reverse of the preceding instructions. 
Be certain the two pins on the lower edge 
of the CRT frame align with the hole and 
slot in the front subpanel of the chassis. 
Tighten the shorter screws to 10 in-lb of 
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torque before tightening any of the longer 
screws. Then tighten the longer screws in 
sequence: 

2 1 
4 3 



Screw number one aligns the CRT. On the third time 
through the sequence, tighten each screw to 10 in-lb of 
torque. 
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OPTIONS 



INTRODUCTION 



This section contains a general description of instru- 
ment options available at the time of publication of this 
manual. Additional information about instrument options 
and option availability can be obtained either by consulting 
the current Tektronix Product Catalog or by contacting 
your local Tektronix Field Office or representative. 



Switzerland 

Power Cord (2.5 m) Option A5 
Fuse (1.6 A, 250 V, 

5 x 20 mm, Quick-acting) 159-0098-00 



OPTION 01 (2465B ONLY) 



POWER CORD OPTIONS 



Instruments are shipped with the detachable power- 
cord configuration ordered by the customer. Descriptive 
information about the international power-cord options is 
provided in Section 2, "Preparation for Use." The following 
list identifies the Tektronix part numbers for the optional 
power cords and associated fuses. 



Universal Euro 

Power cord (2.5 m) Option A1 
Fuse (1.6 A, 250 V, 

5 x 20 mm, Quick-acting) 159-0098-00 



UK 



Power cord (2.5 m) Option A2 
Fuse (1.6 A, 250 V, 

5 x 20 mm, Quick-acting) 159-0098-00 



Australian 

Power Cord (2.5 m) Option A3 
Fuse (1 .6 A, 250V, 

5 x 20 mm, Quick-acting) 159-0098-00 



North American 

Power Cord (2.5 m) 
Fuse (2 A, 250 V, 
AGC/3AG, Fast-blow) 



Option A4 
159-0021-00 



Option 01 (DMM) adds a 4-1/2 digit, fully autoranging 
digital multimeter which measures dc and ac voltage and 
current, resistance, dBV, dBm, continuity, and tempera- 
ture. Option 1 B is the same as Option 01 except that the 
temperature probe is not included. Measurement results 
and DMM messages are displayed on the top line of the 
oscilloscope CRT readout. 



OPTION 1R 



When the oscilloscope is ordered with Option 1R, it is 
shipped in a configuration that permits easy installation 
into a 19-inch-wide electronic-equipment rack. 



An optional rear-support kit is also available for use 
when rackmounting the instrument. Using this optional 
rear-support kit enables the rackmounted instrument to 
meet appropriate electrical and environmental 
specifications. 



Connector-mounting holes are provided in the front 
panel of the rackmounted instrument. These enable con- 
venient accessing of the four BNC connectors (CH 2 SIG- 
NAL OUT, A GATE OUT, B GATE OUT, and EXT Z AXIS 
IN) and the two PROBE POWER connectors located on 
the rear panel. Additional cabling and connectors required 
to implement any front-panel access to the rear-panel 
connectors are supplied by the user; however, these items 
can be separately ordered from Tektronix. 



Complete rackmounting instructions are provided in a 
separate document shipped with Option 1R. These instruc- 
tions also contain appropriate procedures to convert a 
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standard instrument into the Option 1R configuration by 
using the rackmounting conversion kit. 



OPTION 05 



Option 05 (TV) simplifies triggering and viewing of telev- 
ision signals. The option adds TV (back-porch) clamp cir- 
cuitry to the Channel 2 input and TV trigger coupling 
modes, allowing selection of either horizontal or vertical 
sync pulses to obtain horizontal-line-sync or field-sync 
pulse triggering. This option permits triggering on a 
specific line number within a TV field and provides sync 
polarity switching for either sync-negative or sync- positive 
composite video signals. 



OPTIONS 06 AND 09 



Options 06 (Counter/Timer/Trigger) and 09 
(Counter/Timer/T rigger with Word Recognizer) allow preci- 
sion time-interval measurement, event and frequency 
counting, delay-by-events triggering, and logic triggering. 



The 17-bit Word Recognizer probe of Option 09 extends 
the capabilities of these functions. 



OPTION 10 



Option 10 allows the instrument to be remotely con- 
trolled and queried using a standard interface system. The 
interface implemented conforms to the specifications con- 
tained in IEEE Standard Digital Interface for Programmable 
Instrumentation (ANSI/IEEE Std 488-1978), commonly 
referred to as the General Purpose Interface Bus (GPIB). It 
also complies with a Tektronix Standard relating to GPIB 
Codes, Formats, Conventions and Features. 



OPTION 11 



Option 1 1 provides two probe-power connectors on the 
rear panel of the instrument. Voltages supplied at these 
connectors meet the power requirements of standard Tek- 
tronix active oscilloscope probes. 
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REPLACEABLE 
ELECTRICAL PARTS 

PARTS ORDERING INFORMATION 



Replacement parts are available from or through your local 
Tektronix, Inc Field Office or representative. 

Changes to Tektronix instruments are sometimes made to 
accommodate improved components as they become available 
and to give you the benefit of the latest circuit improvements 
developed in our engineering department. It is therefore impor- 
tant, when ordering parts, to include the following information in 
your order: Part number, instrument type or number, serial 
number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix, Inc. Field Office or represen- 
tative will contact you concerning any change in part number. 

Change information, if any, is located at the rear of this 
manual. 

LIST OF ASSEMBLIES 

A list of assemblies can be found at the beginning of the 
Electrical Parts List. The assemblies are listed in numerical order. 
When the complete component number of a part is known, this list 
will identify the assembly in which the part is located. 

CROSS INDEX-MFR. CODE NUMBER TO 
MANUFACTURER 

The Mfr. Code Number to Manufacturer index for the 
Electrical Parts List is located immediately after this page. The 
Cross Index provides codes, names and addresses of manufac- 
turers of components listed in the Electrical Parts List. 

ABBREVIATIONS 

Abbreviations conform to American National Standard Y1 . 1 . 

COMPONENT NUMBER (column one of the 
Electrical Parts List) 

A numbering method has been used to identify assemblies, 
subassemblies and parts. Examples of this numbering method 
and typical expansions are illustrated by the following: 



Example a. 

A23R1234 



component number 
A23~""^R1234 



Assembly number ^ C i reujt nutT1ber 

Read: Resistor 1234 of Assembly 23 



Example b. 

A23A2R1234 
Assembly 



component number 
A23 A2 R1234 




Read: Resistor 1234 of Subassembly 2 ot Assembly 23 



Only the circuit number will appear on the diagrams and 
circuit board illustrations. Each diagram and circuit board 
illustration is clearly marked with the assembly number. 
Assembly numbers are also marked on the mechanical exploded 
views located in the Mechanical Parts List. The component 
number is obtained by adding the assembly number prefix to the 
circuit number. 

The Electrical Parts List is divided and arranged by 
assemblies in numerical sequence (e.g., assembly A1 with its 
subassemblies and parts, precedes assembly A2 with its sub- 
assemblies and parts). 

Chassis-mounted parts have no assembly number prefix 
and are located at the end of the Electrical Parts List. 



TEKTRONIX PART NO. (column two of the 
Electrical Parts List) 

Indicates part number to be used when ordering replace- 
ment part from Tektronix. 



SERIAL/MODEL NO. (columns three and four 
of the Electrical Parts List) 

Column three (3) indicates the serial number at which the 
part was first used. Column four (4) indicates the serial number at 
which the part was removed. No serial number entered indicates 
part is good for all serial numbers. 



NAME & DESCRIPTION (column five of the 
Electrical Parts List) 

In the Parts List, an Item Name is separated from the 
description by a colon (:). Because of space limitations, an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U S. Federal Cataloging Handbook H6-1 
can be utilized where possible. 



MFR. CODE (column six of the Electrical Parts 
List) 

Indicates the code number of the actual manufacturer of the 
part. (Code to name and address cross reference can be found 
immediately after this page.) 



MFR. PART NUMBER (column seven of the 
Electrical Parts List) 

Indicates actual manufacturers part number 
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CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Mfr. 
Code 



Manufacturer 



Address 



City, State. Zip Code 



00213 NYTRONICS COMPONENTS GROUP INC 

SUBSIDIARY OF NYTRONICS INC 
00779 AMP INC 

01121 ALLEN-BRADLEY CO 
01295 TEXAS INSTRUMENTS INC 

SEMICONDUCTOR GROUP 
02113 C0ILCRAFT INC 
02735 RCA CORP 

SOLID STATE DIVISION 
03508 GENERAL ELECTRIC CO 

SEMI-CONDUCTOR PRODUCTS DEPT 
04222 AVX CERAMICS 

DIV OF AVX CORP 
04713 MOTOROLA INC 

SEMICONDUCTOR PRODUCTS SECTOR 
05292 ITT COMPONENTS DIV 
05397 UNION CARBIDE CORP 

MATERIALS SYSTEMS DIV 
05828 GENERAL INSTRUMENT CORP 

GOVERNMENT SYSTEMS DIV 
06665 PRECISION MONOLITHICS INC 

SUB OF BOURNS INC 
07263 FAIRCHILD SEMICONDUCTOR CORP 

NORTH AMERICAN SALES 

SUB OF SCHLUMBERGER LTD MS 118 
07716 TRW INC 

TRW IRC FIXED RESISTORS/BURLINGTON 
09019 GENERAL ELECTRIC CO 

POWER ELECTRONICS SYSTEMS DEPT 
09353 C AND K COMPONENTS INC 
09922 BURNDY CORP 
11236 CTS CORP 

BERNE DIV 

THICK FILM PRODUCTS GROUP 
12697 CLAROSTAT MFG CO INC 
12954 MICROSEMI CORP - SCOTTSDALE 

12969 UNITRODE CORP 

14301 ANDERSON ELECTRONICS INC 

14433 ITT SEMICONDUCTORS DIV 
14552 MICROSEMI CORP 
14674 CORNING GLASS WORKS 
14752 ELECTRO CUBE INC 
15454 KETMA 

RODAN DIVISION 
18324 SIGNETICS CORP 

MILITARY PRODUCTS DIV 
19701 MEPCO/CENTRALAB 

A NORTH AMERICAN PHILIPS CO 

MINERAL WELLS AIRPORT 
20462 PREM MAGNETICS INC 
20932 KYOCERA INTERNATIONAL INC 

22526 DU PONT E I DE NEMOURS AND CO INC 
DU PONT CONNECTOR SYSTEMS 
DIV MILITARY PRODUCTS GROUP 

24226 GOWANDA ELECTRONICS CORP 

24546 CORNING GLASS WORKS 

25088 SIEMENS CORP 

27264 MOLEX INC 

31471 AMERICAN MICRO SYSTEMS INC 

31918 ITT SCHADOW INC 

32159 WEST-CAP ARIZONA 

SUB OF SFE TECHNOLOGIES 



ORANGE ST 

2800 FULLING MILL 
PO BOX 3608 
1201 S 2ND ST 
13500 N CENTRAL EXPY 
PO BOX 655012 
1102 SILVER LAKE RD 
ROUTE 202 

W GENESEE ST 

19TH AVE SOUTH 

P BOX 867 

5005 E MCDOWELL RD 



11901 MADISON AVE 
600 W JOHN ST 
1500 SPACE PARK DR 
10400 RIDGEVIEW CT 

2850 MT PLEASANT AVE 

ELECTRONICS PARK 
BLDG 7 

15 RIVERDALE AVE 
RICHARDS AVE 
406 PARR ROAD 

LOWER WASHINGTON ST 
8700 E THOMAS RD 
P BOX 1390 
5 FORBES RD 
310 PENN ST 
PO BOX 89 

2830 S FAIRVIEW ST 
HOUGHTON PK 
1710 S DEL MAR AVE 
2900 BLUE STAR STREET 

4130 S MARKET COURT 

PO BOX 760 



3519 N CHAPEL HILL 
11620 SORRENTO VALLEY RD 
PO BOX 81543 PLANT NO 1 
515 FISHING CREEK RD 



NO 1 INDUSTRIAL PL 
550 HIGH ST 
186 WOOD AVE S 
2222 WELLINGTON COURT 
3800 HOMESTEAD RD 
8081 WALLACE RD 
2201 E ELVIRA ROAD 



DARLINGTON SC 29532 

HARRISBURG PA 17105 

MILWAUKEE WI 53204-2410 
DALLAS TX 75265 

CARY IL 60013-1658 
SOMERVILLE NJ 08876 

AUBURN NY 13021 

MYRTLE BEACH SC 29577 

PHOENIX AZ 85008-4229 

CLIFTON NJ 
CLEVELAND OH 44101 

HICKSVILLE NY 11802 

SANTA CLARA CA 95050 

CUPERTINO CA 95014 

BURLINGTON I A 52601 

SYRACUSE NY 13221 

NEWTON MA 02158-1057 
NORWALK CT 06852 
BERNE IN 46711-9506 

DOVER NH 03820 
SCOTTSDALE AZ 85252 

LEXINGTON MA 02173-7305 
HOLLIDAYSBURG PA 16648-2009 

WEST PALM BEACH FL 
SANTA ANA CA 92704-5948 
CORNING NY 14830 
SAN GABRIEL CA 91776-3825 
ANAHEIM CA 92806-2591 

SACRAMENTO CA 95834-1222 

MINERAL WELLS TX 76067-0760 



MCHENRY IL 60050-2504 
SAN DIEGO CA 92121 

NEW CUMBERLAND PA 17070-3007 



GOWANDA NY 14070-1409 
BRADFORD PA 16701-3737 
ISELIN NJ 08830-2704 
LISLE IL 60532-1613 
SANTA CLARA CA 95051-4542 
EDEN PRAIRIE MN 55344-2224 
TUCSON AZ 85706-7026 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Hfr. 
Code 



Manufacturer 



Address 



City. State. Zip Code 



32997 BOURNS INC 

TRIMPOT 01 V 
34335 ADVANCED MICRO DEVICES 
34479 RENCO CORP 
34899 FAIR-RITE PRODUCTS CORP 
50434 HEWLETT-PACKARD CO 

OPTOELECTRONICS DIV 
51406 MURATA ERIE NORTH AMERICA INC 

HEADQUARTERS AND GEORGIA OPERATIONS 
52769 S PRAGUE-GOODMAN ELECTRONICS INC 
53387 MINNESOTA MINING MFG CO 

3M ELECTRONIC PRODUCTS DIV 
54473 MATSUSHITA ELECTRIC CORP OF AMERICA 

54583 TDK ELECTRONICS CORP 

54937 DEYOUNG MANUFACTURING INC 

55112 WESTLAKE CAPACITORS INC 

55680 NICHICON /AMERICA/ CORP 

56289 S PRAGUE ELECTRIC CO 
WORLD HEADQUARTERS 

56845 DALE ELECTRONICS INC 

57668 ROHM CORP 

58224 XENELL CORP 

59660 TUSONIX INC 

59821 MEPCO/CENTRALAB 

A NORTH AMERICAN PHILIPS CO 
61271 FUJITSU MICROELECTRONICS INC 
62786 HITACHI AMERICA LTD 
65786 CYPRESS SEMICONDUCTOR CORP 
71400 BUSSMANN 

DIV OF COOPER INDUSTRIES INC 
71744 GENERAL INSTRUMENT CORP 

LAMP DIV/WORLD WIDE/ 
72982 ERIE SPECIALTY PRODUCTS INC 
73138 BECKMAN INDUSTRIAL CORP 

BECKMAN ELECTRONIC TECHNOLOGIES 

SUB OF EMERSON ELECTRIC 
75042 IRC ELECTRONIC COMPONENTS 

PHILADELPHIA DIV 

TRW FIXED RESISTORS 
80009 TEKTRONIX INC 

81483 INTERNATIONAL RECTIFIER 
81855 EAGLE-PICHER INDUSTRIES INC 

ELECTRONICS DIV 
91637 DALE ELECTRONICS INC 

93410 ESSEX GROUP ING 

CONTROLS DIV 

LEXINGTON PLANT 
S4431 MURATA MFG CO LTD 

TK0515 ERICSSON COMPONENTS INC 

TK0935 MARQUARDT SWITCHES INC 

TK0946 SAN-0 INDUSTRIAL CORP 
TK0961 NEC ELECTRONICS USA INC 

ELECTRON DIV 
TK1345 ZMAN AND ASSOCIATES 
TK1450 TOKYO COSMOS ELECTRIC CO LTD 



1200 COLUMBIA AVE 

901 THOMPSON PL 
26 COROMAR DRIVE 

I COMMERCIAL ROW 
370 W TRIMBLE RD 

2200 LAKE PARK DR 

134 FULTON AVE 
3M CENTER 

ONE PANASONIC WAY 

PO BOX 1501 

12 HARBOR PARK DR 

12920 NE 125TH WAY 

5334 STERLING CENTER DRIVE 

927 E STATE PKY 

92 HAYDEN AVE 

2300 RIVERSIDE BLVD 
PO BOX 74 
8 WHATNEY 
PO BOX 19515 

II DUNBARTON RD 
PO BOX 4401 

7741 N BUSINESS PARK DR 
PO BOX 37144 
7158 MERCHANT AVE 

2985 KIFER RD 

1800 BERING DRIVE 

3901 N 1ST ST 

114 OLD STATE RD 

PO BOX 14460 

4433 N RAVENSWOOD AVE 

645 W 11TH ST 
4141 PALM ST 



401 N BROAD ST 



14150 SW KARL BRAUN DR 

PO BOX 500 

9220 SUNSET BLVD 

COUPLES DEPT C AND PORTER STS 

PO BOX 47 

2064 12TH AVE 

PO BOX 609 

45-55 PLYMOUTH ST 

P BOX 1007 

16 KAIDEN NISHIJM CHO 

NAGAOKAKY-CITY 

403 INTERNATIONAL PKY 

PO BOX 853904 

67 ALBANY ST 

PO BOX 465 

170 WILBUR PL 

401 ELLIS ST 

PO BOX 7241 

7633 S 180TH 

2-268 SOBUDAI ZAWA 



RIVERSIDE CA 92507-2114 

SUNNYVALE CA 94086-4518 
GOLETA CA 93117-3024 
WALLKILL NY 12539 
SAN JOSE CA 95131 

SMYRNA GA 30080 

GARDEN CITY PARK NY 11040-5352 
ST PAUL MN 55101-1428 

SECAUCUS NJ 07094-2917 

PORT WASHINGTON NY 11550 
KIRKLAND WA 98034-7716 
WESTLAKE VILLAGE CA 91361 
SCHAUMBURG IL 60195-4526 
LEXINGTON MA 02173-7929 

NORFOLK NE 68701-2242 

IRVINE CA 92713 

CHERRY HILL NJ 08003-2107 

TUCSON AZ 85740-7144 

EL PASO TX 79915-1207 

SANTA CLARA CA 95051-0802 
SAN JOSE CA 95122 
SAN JOSE CA 95134-1506 
ST LOUIS MO 63178 

CHICAGO IL 60640-5802 

ERIE PA 16512 
FULLERTON CA 92635 



PHILADELPHIA PA 19108-1001 

BEAVERTON OR 97077-0001 

LOS ANGELES CA 90069-3501 
JOPLIN MO 64801 

COLUMBUS NE 68601-3632 

LEXINGTON OH 44904 

KYOTO JAPAN 

RICHARDSON TX 75085-3904 

CAZENOVIA NY 13035-1219 

BAHEMIA LONG ISLAND NY 11716 
MOUNTAIN VIEW CA 94039 

KENT WA 98032 
KANAGAWA 228 JAPAN 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Mfr. 
Code 



Manufacturer 



Address 



City, State, Zip Code 



TK1492 COFER COMPONENT PROCESSING 

TK1544 COMPUTER CONNECTIONS 

TK1573 WILHELM WESTERMAN 

TK1727 PHILIPS NEDERLANO BV 

AFD ELONCO 

TK1899 MINNESOTA MINING AND MFG CO 

TK2042 ZMAN & ASSOCIATES 

TK2282 KYOCERA AMERICA INC 



3270 KELLER ST 
UNIT 11 

30608 SAN ANTONIO ST 
PO BOX 2345 
AUGUSTA-ANLAGE 56 
POSTBUS 90050 

5400 RT B 

PO BOX 1228 

7633 S 180TH 

5701 E FOURTH PLAIN BLVD 



SANTA CLARA CA 95050 

HAYWARD CA 94544 

6800 MANNHEIM 1 WEST GERMANY 

5600 PB EINDHOVEN THE NETHERLANDS 

COLUMBIA MO 65205 

KENT WA 98032 
VANCOUVER WA 98661 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 



Conponent No. 



Tektronix 
Part No. 



Serial /Assembly No. 
Effective Dscont 



Name & Description 



Mfr. 
Code 



Mfr. Part No. 



Al 
Al 
Al 
A2 
A2A1 

A3 



A4 
A5 
A5 

A6 

A6 

A6A1 



A8 
AS 
A13 
A14 



671-0722-00 B010100 

671-0722-05 B011086 

671- 0722-07 B015824 

672- 1037-12 



670-9493-02 B010100 

670- 9052-02 B010100 

671- 0965-00 B050000 

614-0825-00 
614-0826-00 



670-7280-00 
670-7277-09 
307-1154-00 
670-8000-00 



B011085 CIRCUIT B0 ASSY:MAIN 80009 671-0722-00 

B015823 CIRCUIT B0 ASSYrMAIN 80009 671-0722-05 

CIRCUIT BD ASSY:MAIN 80009 671-0722-07 

CIRCUIT BD ASSY:LV PWR SPLY MODULE 80009 672-1037-12 

CIRCUIT BD ASSY: REGULATOR 

(AVAILABLE AT THE 672-1037-XX LEVEL ONLY) 

CIRCUIT BD ASSY: INVERTER 

(AVAILABLE AT THE 672-1037-XX LEVEL ONLY) 

B049999 CIRCUIT BD ASSY: READOUT 80009 670-9493-02 

B049999 CIRCUIT BD ASSY: DIGITAL CONTROL 80009 670-9052-02 

CIRCUIT BD ASSY: CONTROL/READOUT/BUFFER 80009 671-0965-00 

(DOES NOT INCLUDE U2160 AND U2260) 

FRONT PNL ASSY: STANDARD, 2445B/55B/65B & 67B 80009 614-0825-00 
(STANDARD) 

FRONT PNL ASSY: TV OPTION , 2445B/55B/65B/67B 80009 614-0826-00 
(OPTION 05) 

CIRCUIT BD ASSY: FRONT PANEL 
(REPLACEABLE AT A6 LEVEL ONLY) 

CIRCUIT BD ASSY .-SCALE ILLUM 80009 670-7280-00 

CIRCUIT BD ASSY: HIGH VOLTAGE 80009 670-7277-09 

PASSIVE NETWORK: CRT TERMINATOR 80009 307-1154-00 

CIRCUIT BD ASSY: DYNAMIC CENTERING 80009 670-8000-00 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tplrtrmfii y 


Serial/Assenfcly No. 




Mfr. 




Canwnent No. 


Part No. 


Effective 


Oscortt 


Name & Description 


Code 


Mfr. Part No. 


Al 


671-0722-00 


DU1U1UU 


DUI 1 Uo □ 


riRfUIT BD ASSY-MAIN 


80009 


671-0722-00 


Al 


K7-1 — 07 , s>? > — OS 

KJ I X \J 1 t_t_ \J*J 


R01 1086 


□Ul JOcJ 


CIRCUIT RD ASSY-MAIN 

1 UL/ rWJ 1 . rlrli.ll 


80009 


671-0722-05 


Al 


671-0722-07 


R01 5824 




CIRCUIT BD ASSY-MAIN 


80009 


671-0722-07 


A1A11 


119-2342-05 


B010100 


B011485 


ATTENUATOR, VAR: PROGRAMMABLE 1X-100X 


80009 


119-2342-05 


A1A11 


119-2342-07 


B011486 


B016128 


ATTENUATOR, VAR: 1X-100X, CHANNEL 1 


80009 


119-2342-07 


A1A11 


119-2342-09 


B016129 

Uvl U1LJ 




ATTENUATOR, VAR: 1X-100X, CHANNEL 1 


80009 


119-2342-09 


A1A12 


119-2342-06 


B010100 


B011485 


ATTENUATOR, VAR: PROGRAMMABLE 1X-100X 


80009 


119-2342-06 


A1A12 


119-2342-08 


R01 1 486 


RM 61 28 

Jul Ui Lu 


ATTENUATOR, VAR: 1X-100X, CHANNEL 2 


80009 


119-2342-08 


A1A12 


119-2342-10 


R01R129 




ATTENUATOR , VAR : 1X-100X , CHANNEL 2 


80009 


119-2342-10 


A1C100 


283-0000-00 






CAP,FXD,CER DI:0.001UF, +100-0%, 500V 


59660 


831-610- Y5U0102P 


A1C102 


290-0973-00 






CAP, FXD, ELCTLT : 100UF,20%, 25VDC 


55680 


ULB1E101MPA 


A1C103 


281-0812-00 






CAP,FXD,CER DI:1000PF,10%,100V 


04222 


MA101C102KAA 


A1C105 


281-0064-00 






CAP VAR PLASTIC -0 25-1 5PF 600V 


52769 


ER-530-013 


A1C106 


281-0775-01 






CAP,FXD,CER DI :0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C107 


290-0943-02 






CAP , FXD , ELCTLT : 47UF , 20% , 2 5V 


55680 


UVX1E470MAA1TD 


A1C108 


281-0775-01 






CAP,FX0,CER 01 :0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C109 


281-0909-00 






CAp|fXo|cER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1CU0 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C113 


281-0909-00 






CAP FXD CFR DI-0 022UF 20% 50V 


54583 


MA12X7R1H223M-T 


A1C114 


290-0943-02 






CAP FXD FLCTLT-47UF 20% 25V 


55680 


UVX1E470MAA1TD 


A1C115 


281-0761-00 






CAP FXD CER DI-27PF 5% 100V 


04222 


MA101A270JAA 


A1C116 


281-0814-00 

LU1 K/KJ 1 " \J\J 






CAP FXD CER DI-100 PF 10% 100V 


04222 


MA101A101KAA 


A1C117 


281-0775-01 






CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C118 


281-0205-00 






CAP, VAR, PLASTIC: 5. 5-65 PF.100V 


TK1727 


2222-808-32659 


A1C119 


281-0909-00 






CAP FXD CER DI • 022UF 20% 50V 


54583 


MA12X7R1H223M-T 


A1C120 


281-0909-00 






CAP.FXD.CER 0I:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C121 


290-0943-02 






CAP, FXD, ELCTLT : 47UF, 20%, 25V 


55680 


UVX1E470MAA1TD 


A1C125 


281-0775-01 






CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C130 


290-0776-01 






CAP ! FXD \ ELCTLT : 22UF , 20% , 1 0WVDC 


55680 


ULB1A220MAA1TD 


A1C152 


290-0943-02 






CAP , FXD, ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A1C154 


281-0812-00 






CAP.FXD.CER DI : 1000PF, 10%,100V 


04222 


MA101C102KAA 


A1C171 


281-0851-00 






CAP.FXD.CER DI:180PF,5%,100VDC 


04222 


MA101A181JAA 


A1C175 


285-1301-01 






CAP , FXD , MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 


A1C176 


285-1348-00 






CAP , FXD, MTLZD : . 22UF , 1 0%, 63V 


TK1573 


ORDER BY DESCR 


A1C177 


285-1348-00 






CAP , FXD, MTLZD : . 22UF , 1 0% , 63V 


TK1573 


ORDER BY DESCR 


A1C179 


285-1301-01 






CAP , FXD, MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 


A1C180 


285-1301-01 






CAP,FXD,MTLZD:0.47UF,10%,50V 


55112 


1850.47K50ABB 


A1C181 


285-1348-00 






CAP] FXD ', MTLZD : . 22UF ', 10% ', 63V 


TK1573 


ORDER BY DESCR 


A1C182 


285-1348-00 






CAP , FXD , MTLZD : . 22UF , 10% , 63V 


TK1573 


ORDER BY DESCR 


A1C183 


285-1348-00 






CAP , FXD, MTLZD : . 22UF , 10% , 63V 


TK1573 


ORDER BY DESCR 


A1C184 


281-0775-01 






CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C185 


290-0943-02 






CAP , FXD, ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A1C200 


283-0000-00 






CAP.FXD.CER DI:0.001UF, +100-0%, 500V 


59660 


831-61 0-Y5U0102P 


A1C202 


281-0812-00 






CAP, FXD, CER DI : 1000PF , 1 0% , 1 00V 


04222 


MA101C102KAA 


A1C203 


281-0773-00 






CAP.FXD.CER DI:0.01UFJO%,100V 


04222 


MA201C103KAA 


A1C205 


281-0064-00 






CAP, VAR, PLASTIC :0 . 25-1 . 5PF, 600V 


52769 


ER-530-013 


A1C207 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C209 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C210 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C211 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C217 


281-0775-01 






CAP.FXD.CER DI:0.1UF,2O%,50V 


04222 


SA105E104MAA 


A1C218 


290-0943-02 






CAP , FXD, ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A1C219 


281-0775-01 






CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C220 


281-0775-01 






CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C221 


290-0943-02 






CAP, FXD, ELCTLT :47UF, 20%,25V 


55680 


UVX1E470MAA1TD 


A1C223 


281-0812-00 






CAP.FXD.CER DI:1000PF,10%,100V 


04222 


MA101C102KAA 


A1C225 


281-0775-01 






CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C301 


281-0775-01 






CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 



8-6 



REV SEP 1989 



2465B Replaceable Electrical Parts 
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Tektronix 


Serial /Assembly No. 




Mfr. 




Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 




281-0775-01 




TAP FXD CFR DI-0 1IJF 20% 50V 


04222 


SA105E104MAA 


A1C307 


290-0943-02 

L.UU UU~U UL. 




CAP FXD ELCTLT -47UF 20% 25V 


55680 


UVX1E470MAA1TD 


r\±. \s\J lu 


281 -0909-00 




TAP FXD CFR 01 -0 022UF 20% 50V 


54583 


MA12X7R1H223M-T 


A1C311 


281-0909-00 




CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C325 


290-0943-02 




CAP, FXD, ELCTLT : 47UF , 20%, 25V 


55680 


UVX1E470MAA1TD 


aic329 


LU1 U/ / J UU 




CAP FXD CFR DT-0 01I1F 10% 100V 


04222 


MA201C103KAA 


A1C332 


281 -0773-00 

CUi \J f 1 \J UU 




CAP FXO CFR 01 -0 01UF 10% 100V 

Vjfll f 1 Al/| wLI\ L/l . V. vlUI rXU/CpXUUv 


04222 


MA201C103KAA 


aic33R 

r\xuu>ju 


290-0943-0? 




CAP FXD FICTIT-47UF 20% 25V 


55680 


UVX1E470MAA1TD 


A1C351 


?ai -rooq-oo 




CAP FXO CFR 01 -0 022IF 20% 50V 

\jT\V f 1 f\\J f t^L.l\ L/J. . U . ULLUI f £_u/0 r Jul 


54583 


MA12X7R1H223M-T 


A1C40Z 


281-0762-00 




CAP,FXD,CER DI:27PF,20%,100V 


04222 


MA101A270MAA 


A1C403 


281-0221-00 




CAP,VAR,CER DI:2-10PF,100V 


72982 


0513013A 2 0-10 


AlPAfM 
MlL/tun 


9ft1 -0991 -fYl 




TAP VAR CFR nT-?-10PF 100V 

UAr , Vrtt\, ULt\ Ul.L lUrr , 1WV 


72982 


0513013A 2 0-10 

UvXUUi Jn C U XU 


A1CA1? 


9&1 -n7fi9~nn 

col U/OC UU 




CAP FXn CFR nT'?7PF ?(?/ 100V 


04222 


MA101A270MAA 

i mxuxnL/ m ir\T\ 




L.O! UuUC? UU 




CAP FVn CFR nT'O 0221 IF 70°/ 50V 
Lnr , r AU , uct\ Ul . u. Uccur , cu/o, ouv 


54583 


MA12X7R1H223M-T 

1 IAXCai J\XI -c_L.UI 1 1 


A1C458 
nl^t JO 


901 _nQ0Q-[Y) 

do! UuUJ UU 




CAP FXO CFR 01 -0 022IIF 20% 50V 

Lnr , TAU, LLI\ Ul . \J. ULCKJI , L.U/0, Juf 


54583 


MA12X7R1H223M-T 


A1C460 


281-0909-00 




CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R11B23M-T 


A1C464 


281-0763-00 




CAP,FXD,CER DI:47PF,10%,100V 


04222 


MA101A470KAA 




281-07R3-00 

LU1 u/ Uu uu 




CAP FXD CFR DI-47PF 10% 100V 


04222 


MA101A470KAA 


A1C478 


281 -0759-00 




CAP,FXD,CER DI : 22PF, 10%, 100V 


04222 


MA101A220KAA 


A1C480 

rl J.u*t\Ju 


281-0775-01 

LU1 U/ / u Ul 




CAP,FXD,CER DI :0. 1UF,20%, 50V 


04222 


SA105E104MAA 


A1C487 


281-0823-00 




CAp!fXd|cER DI:470PFJ0%|50V 


04222 


MA105A471KAA 


A1C488 


281-0814-00 




CAP^FXD.CER DI:100 PF,10%,100V 


04222 


MA101A101KAA 


A1C500 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C501 


?ai -0Q09-00 

LUX UUU"-J uu 




CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C512 


290-024R-00 

L.UU uC^U UU 




CAP , FXD , ELCTLT : 3 . 3UF , 1 0% , 1 5V 


12954 


D3R3EA15K1 


A1C513 


285-1301-01 




CAP ', FXd! MTLZD : . 47UF ', 10% , 50V 


55112 


1850.47K50ABB 




?R1 -081 4-00 


R010100 R01R035 


CAP FXO CFR DI-100 PF 10% 100V 

r 1 AL/r V/LI\ XJ X . ± UU 1 1 p XU/O p XUU1 


04222 


MA101A101KAA 


A1C520 


281 -0777-00 

l—KJl. \J I 1 t UU 


B016036 


CAP,FXD,CER DI:51PF,5%,100V 


04222 


MA101A510JAA 




?ft1 -0£t1 4-00 

LOl UOit UU 


RO^OOOO ROWSS 


CAP FXD CFR DT-100 PF 10% 100V 

L«Tir f i /XL* [ Ul_[\ Ul • 1W 1 1 f X U/O f X UU » 


04222 


MA101A101KAA 


A1C520 


281-0777-00 


B050256 


CAP.FXD.CER DI:51PF,5%,100V 


04222 


MA101A510JAA 


A1C521 


281 -0909-00 




CAP FXD CFR 01 -0 022UF 20% 50V 


54583 


MA12X7R1H223M-T 


A1C528 


281 -0775-01 




CAP FXD CFR 01 -0 1UF 20% 50V 

V^<vr F \ f\u f ui . u, xui r t_ u/o f ■_'U v 


04222 


SA105E104MAA 


A1C536 


290-024R-00 




CAP FXD ELCTIT-3 3UF 10% 15V 


12954 


D3R3EA15K1 


A1C537 


281 -081 2-00 




CAP FXO CFR DI-1000PF 10% 100V 

Unl p l ALy r vLi\ L/X-xuuui l r xu/o p xuuv 


04222 


MA101C102KAA 


A1C544 


281-0814-00 


B010100 B016035 


CAP.FXD.CER DI : 100 PF,10%,100V 


04222 


MA101A101KAA 


A1C544 


281-0777-00 


B016036 


CAP^FXD.CER DI:51PF,5%,100V 


04222 


MA101A510JAA 


A1C544 


281-0814-00 


B050000 B050255 


CAP.FXD.CER DI : 100 PF,10%,100V 


04222 


MA101A101KAA 


A1C544 


281-0777-00 


B050256 


CAP,FXD,CER DI:51PF,5%,100V 


04222 


MA101A510JAA 


A1C601 


281-0270-00 




CAP,VAR,CER DI:9-90PF,50V 


51406 


TZ03R900E 


A1CB17 


281-0773-00 




CAPiFXD^CER DI:0.01UFJ0%,100V 


04222 


MA201C103KAA 


A1C625 


281-0909-00 




CAP^FXD.CER DI:0.O22UF,20%,5OV 


54583 


MA12X7R1H223M-T 


A1C645 


281-0773-00 




CAP.FXD.CER DI:0.01UF,10%,100V 


04222 


MA201C103KAA 


A1C650 


281-0823-00 




CAP.FXD.CER DI:470PF,10%,50V 


04222 


MA105A471KAA 


aicr53 


281-0819-00 




CAP FXD CER DI -33 PF 5% 50V 

Unl ft /M/fULi\ xJ X • uu I I r u/o f uu v 


04222 


GC105A330J 


aicrrq 


t.Oi U/ / J Ul 




CAP FXD CFR DI-0 1UF 20% 50V 

Unr f ' /\\J f wLI\ uX t v* XUI |LV/Cf UU V 


04222 


SA105E104MAA 


A1CR75 


281 -0775-01 

LU1 U/ / «J Ul 




CAP FXD CER DI-0 1UF 20% 50V 

Lfir f 1 /\L/ f VLI\ ul 4 Ui XUI f L. U/o j UU V 


04222 


SA105E104MAA 


A1 T707 

nxw U/ 


?Q1 -OfiOft-00 

£_Ol uOUO UU 




CAP FXD CFR DT-7 PF 20% 100V 

urir , r AL/ r \ji_r\ w l . / r i r lu/o r a wi 


04222 


MA101A7R04AA 


A1C708 


285-0676-01 




CAP , FXD, PLAST IC : . 1UF , 3 , 5%, 35V 


80009 


285-0676-01 


A1C709 


285-1060-00 




CAP , FXD, PLAST IC : 10UF , 3% , 25V 


80009 


285-1060-00 


nlw Wt 


281 -077R-01 

LOl U/ / J Ul 




CAP FXD CFR DT-0 1LIF 20% 50V 

v_>r\r , i /\u t L/x ■ u • xui r lwo r jui 


04222 


SA105E104MAA 


A1C712 


285-1301-01 




CAP , FXD , MTLZD : . 47UF , 10% , 50V 


55112 


1850.47K50ABB 


A1C722 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C723 


290-0943-02 




CAP , FXD , ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A1C730 


281-0909-00 




CAP, FXD, CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C731 


290-0944-01 




CAP , FXD , ELCTLT : 220UF , 20% , 10V 


55680 


UVX1C221MPA1TA 


A1C732 


290-0944-01 




CAP , FXD , ELCTLT : 220UF , 20% , 10V 


55680 


UVX1C221MPA1TA 


A1C733 


290-0943-02 




CAP , FXD, ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A1C735 


281-0823-00 




CAP.FXD.CER DI:470PF,10%,50V 


04222 


MA105A471KAA 
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A1C738 


290-0943-02 




CAP, FXD, ELCTLT : 47UF, 20%, 25V 


55680 


UVX1E470MAA1TD 


A1C740 


290-0943-02 




CAP, FXD, ELCTLT : 47UF, 20%, 25V 


55680 


UVX1E470MAA1TD 


A1C742 


281-0812-00 




CAP,FXD,CER DI:1000PF,10%,100V 


04222 


MA101C102KAA 


A1C744 


281-0775-01 




CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C755 


281-0759-00 




CAP.FXD.CER DI:22PF,10%,100V 


04222 


MA101A220KAA 




^oi-uyuy-uu 




piin rvn pirn nt n noil ir" ono/ cau 
LAH.FXU.CEK DI.0.0ZZUF,Z0%,50V 


54583 


MA1ZX/K1HZZ3M-I 


A1C804 


281-0811-00 




CAP.FXD.CER DI:10PF,10%,100V 


04222 


MA101A100KAA 


A1C805 


281-0823-00 




CAP.FXD.CER DI:470PF,10%,50V 


04222 


MA105A471KAA 


A1C806 


283-0156-00 




CAP.FXD.CER DI:1000PF,+80-20%,200V 


04222 


SR152E102ZAA 


A1C808 


281-0757-00 




CAP.FXD.CER DI:10PF,20%,100V TUBULAR, MI 


04222 


MA101A100MAA 


A1C809 


281-0819-00 




CAP.FXD.CER DI:33 PF,5%,50V 


04222 


GC105A330J 


AitolU 


281-0909 -00 




CAP.FXD.CER OI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C811 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C817 


281-0812-00 




CAP.FXD.CER DI:1000PF,10%,100V 


04222 


MA101C102KAA 


A1C819 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C822 


281-0775-01 




CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C823 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


AiUooU 


oo 1 no 1 a ru\ 
£Oi-U814-uu 




CAP.FXD.CER DI : 100 PF,10%,100V 


04222 


MA101A101KAA 


A1C848 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C849 


281-0775-01 




CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C850 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C851 


285-1301-01 




CAP , FXD, MTLZD : . 47UF , 10% , 50V 


55112 


1850.47K50ABB 


A1C852 


285-1301-01 




CAP , FXD , MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 




<:oo-loul-Ul 




CAP, FXD, MTLZD : . 47UF ,10%, 50V 


55112 


1850.47K50ABB 


A1C854 


285-1301-01 




CAP, FXD, MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 


A1C900 


281-0753-00 




CAP.FXD.CER DI:47PF,10%,100V 


04222 


MA101A470KAA 


A1C903 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C907 


281-0808-00 




CAP.FXD.CER DI:7 PF,20%,100V 


04222 


MA101A7RO4AA 


A1C908 


285-0752-03 




CAP, FXD, PLASTIC :1UF, 3%, 50V 


80009 


285-0752-03 




9Qi nono nn 




CAP,FXU,CEK DI :0.022UF,20%,50V 


54583 


MA12X7R1H2Z3H-T 


A1C933 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C938 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C940 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C943 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C947 


281-0759-00 




CAP.FXD.CER DI:22PF,10%,100V 


04222 


MA101A220KAA 




^yu-uoU4-uu 




CAP , FXD , ELCTLT : 10UF , +50-20%, 25V 


55680 


ULB1E100TAAANA 


A1C958 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C966 


281-0783-00 




CAP.FXD.CER DI:0.1 UF 20%,100V 


04222 


MA401C104MAA 


A1C967 


281-0783-00 




CAP.FXD.CER DI:0.1 UF 20%,100V 


04222 


MA401C104MAA 


A1C972 


281-0756-00 




CAP, FXD, CER DI : 2 . 2PF, +/-0 . 5PF , 200V 


04222 


SA102A2R2DAA 


A1C973 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C975 


281-0775-01 




CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1TQ7K 


Coo 1UU1 uu 




pad cvn pcd m.n none cnwnp 


80009 


283-1001-00 








(UNDER U975) 






A1C977 


290-0246-00 




CAP, FXD , ELCTLT : 3 . 3UF , 10% , 15V 


12954 


D3R3EA15K1 


A1C980 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C981 


283-1000-00 




CAP.FXD.CER DI:0.02UF,50VDC 


80009 


283-1000-00 








(UNDER U980) 






A1C982 


281-0759-00 




CAP.FXD.CER DI :22PF, 10%, 100V 


04222 


MA101A220KAA 


a 1 rnoc 
AlLyoo 


281-0//O-01 




CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C988 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C990 


281-0909-00 




CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C995 


281-0810-00 




CAP.FXD.CER DI:5.6PF,+/-0.5PF,100V 


04222 


MA101A5R60AA 


A1CR100 


152-0323-01 




SEMIC0ND DVC,DI:SW,SI,50V,25PA AT 20V.20PF 


14552 


MT5127 


A1CR101 


152-0323-01 




SEMIC0N0 DVC.DI :SW r SI , 50V.25PA AT 20V.20PF 


14552 


MT5127 


A1CR107 


152-0066-00 




SEMIC0ND DVCDI :RECT, SI ,400V, 1A, DO-41 


05828 


GP10G-020 


A1CR130 


152-0141-02 




SEMICONDDVC,DI:SW,SI,30V,150MA,30V,DO-35 


03508 


DA2527 (1N4152) 


A1CR131 


152-0141-02 




SEHIC0ND DVC,DI:SW,SI,30V,150MA,30V,DO-35 


03508 


DA2527 (1N4152) 
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A1CR140 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 


(1N4152) 


A1CR141 


152-0141-02 




SEMICOND DVC,DI:SW,SI,30VJ50Ma!30v!dO-35 


03508 


DA2527 


(1N4152) 


A1CR142 


152-0141-02 




S EMI C0ND DVC , D I : SW , S 1 , 30V , 150MA , 30V , DO-35 


03508 


DA2527 


(1N4152) 


A1CR143 


152-0141-02 




SEMICOND DVC,DI:SW,SI,30V r 150MA,'30viD0-35 


03508 




fiN4i5?i 


A1CR144 


152-0141-02 




SEMICOND DVC,DI:SW,SI,30V,150MA,30V,[)0-35 


03508 




(Midi 5?1 


A1CR145 


152-0141-02 




SEMICOND 0VC , DI : SW , S I , 30V , 150MA , 30V , DO-35 


03^8 

U J JUL/ 






A1CR146 


152-0141-02 




S EMI C0ND DVC , DI : SW , S 1 , 30V , 1 50MA , 30V , DO-35 


03508 

VJ JUl/ 






A1CR147 


152-0141-02 




SEMICOND DVC DI-SW SI 30V 150MA 30V DO-35 

J I— 1 IX wl 11/ Jllr JlfJUV j 1 Jul In p JU V r L/LJ J J 


03508 

UJ JUU 


DA2527 


(1N4152) 


A1CR148 


152-0141-02 




SEMICOND DVC, DI :SW, SI , 30V , 150MA, 30V, DO-35 


03508 

UJ JUL/ 


DA2527 


(1N4152) 


A1CR149 


152-0141-02 




SEMICOND DVc[dI:Sw!si!30v!i50Ma!30v!dO-35 


03508 






A1CR150 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 


[M.9^97 
UHc.DC/ 


^ iNHi Dc.) 


A1CR151 


152-0141-02 




SEMICOND DVC DI-SW SI 30V 150MA 30V DO-35 




PiLi9^97 
VnCOC/ 


( 1 MAI K9\ 


A1CR152 


152-0141-02 




SEMICOND DVC DI-SW SI 30V 150MA 30V DO-35 

J L.I 11 uWl »L/ u V \s r w 1 , >Jr7 r Jl r Jvi f 1 JUI in r JW r U\J J J 


03^08 


Dl\9 ^97 


MMA1 ^9\ 


A1CR153 


152-0141-02 




SEMICOND DVC DI-SW SI 30V 150MA 30V DO-35 


03508 

UJ JUL/ 


DA2527 


(1N4152) 


A1CR154 


152-0141-02 




SEMICOND DVC DI-SW SI 30V 150MA 30V DO-35 

Jt-I 1 i- Vjul 1L/ LflVf L/l » Jff p J 1 f JUi r 1 Jul Yi , JUV | L/w JJ 


0350R 


DA2527 


[1N4152) 


A1CR155 


152-0141-02 




SEMICOND DVC, DI : SW , S I , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 


(1N4152) 


A1CR161 


152-0141-02 




SEMICOND DVC, DI:SW, SI ,30V, 150MA, 30V, DO-35 


03508 


DA2527 


(1N4152) 


A1CR162 


152-0141-02 




SEMICOND DVC, DI:SW, SI ,30V, 150MA, 30V, DO-35 


03508 


DA2527 


(1N4152) 


A1CR163 


152-0141-02 




SEMICOND DVC, DI : SW, SI , 30V , 150MA, 30V, DO-35 


03508 


DA2527 


(1N4152) 


A1CR180 


152-0141-02 




SEMICOND DVC , DI : SW , SI , 30V , 150MA , 30V , DO-35 


03508 


DA2527 


(1N4152) 


A1CR181 


152-0141-02 




SEMICOND DVC.DI :SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 


(1N4152) 


A1CR200 


152-0323-01 




SEMICOND DVC,DI:SW,SI,50V,25PA AT 20V,20PF 


14552 


MT5127 




A1CR201 


152-0323-01 




SEMICOND DVC,DI:SW,SI,50V,25PA AT 20V.20PF 


14552 


PI 1 •Ji.CI 




A1CR354 


152-0141-02 




SEMICOND DVC DI-SW SI 30V 150MA 30V 00-35 

JEJ il. V/UI "U/ l/lvif l/l • Jn r Jl f JVV f X. Jul n r Jvv r U\J JJ 


03508 

UJ Jul/ 






A1CR360 


152-0141-02 




SFMTmND DVC OI-SW ST 30V 150MA 30V no-^ 

J LI lxl/ul*U Uv\s,Ul • Jf) r J 1 , JUV , 1 Jul H , JUV F LAJ JJ 


UOtJUO 




l 11141 Dt J 


A1CR460 


152-0141-02 

1 Vim 




SFMICOND DVf DI-SW SI 30V 150MA 30V DO-35 

Jul HwL/IlL/ UlUfUi • JB r «Ji f JUV t X Jul In r JUV r LAJ JJ 


03508 

UJ JUL/ 


DA2527 


(1N4152) 


A1CR461 


152-0141-02 




SFMICOND DVC DT-SW ST 30V 150MA 30V DO-35 

JLJ IIU-UIIL/ L/V \s t L/l • Jfl f J 1 r JUV p X Jul lr\ , JUV , LA/ J J 


UOJUO 


DA2527 


(1N4152) 


A1CR476 


152-0141-02 




SEMICOND DVC , DI : SW, S I , 30V , 150MA , 30V , DO-35 


03508 




. lll*+l JL y 


A1CR484 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA,30V, DO-35 


03508 




' 1MA1 

k lll*rl jc ^ 


A1CR485 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 

UJ JULJ 




L j-iifl jt J 


A1CR495 


152-0141-02 




SEMICOND DVC , DI : SW , S I , 30V , 150MA , 30V , DO-35 


03508 

U J JULJ 


DA2527 


1N4152) 


A1CR503 


152-0141-02 




SEMICOND DVC DI-SW SI 30V 150MA 30V DO-35 

J i— I iiJJi ils l* v \s r 1/ 1 , Jrr r J i r JUV p 1 JUT n r JU V r L/U J J 


03508 

UJJUU 


DA2527 


1N4152) 


A1CR538 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 


(1N4152) 


A1CR539 


152-0141-02 




SEMICOND DVC,DI:SW,SI,30V,'i50Ma!30v!dO-35 


03508 






A1CR600 


152-0141-02 




S EMI COND DVC , 1 : SW , S 1 , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 


1N4152) 


A1CR601 


152-0141-02 




SEMICOND DVC , DI : SW , S I , 30V , 1 SOMA , 30V , DO-35 


03508 

UJ JUL/ 


DA2527 


1N4152) 


A1CR616 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, 00-35 


03508 

U J JUL/ 






A1CR619 


152-0141-02 




S EMICOND DVC , DI : SW , S 1 , 30V , 1 50MA , 3 0V , DO-35 


03508 

U J JUL/ 


DA2527 


1N4152) 


A1CR620 


152-0141-02 




SEMICOND DVC , DI : SW , SI , 30V , 1 50MA, 30V , DO-35 


03508 

U J JUL/ 


DA2527 


(1N4152) 


A1CR621 


152-0141-02 




SEMICOND DVc!DI:SW,'si!30v!l50MA!30v!DO-35 


03508 


DA2527 


[1N4152) 


A1CR652 


152-0141-02 




SEMICOND DVC , DI : SW, S I , 30V , 150MA , 30V, DO-35 


03508 


DA2527 


1N4152) 


A1CR653 


152-0141-02 




SEMICOND DVC DI-SW SI 30V 150MA 30V 00-35 

J L.1 1 1 but 11/ UVu, L> X . Jff r Jl | Jul f 1JUI tr\ p JU V r L/W J J 


03508 

UJ JUU 


DA2527 


1N4152) 


A1CR707 


152-0141-02 




SEMICOND DVC DI-SW SI 3QV 150MA 30V nO-35 

JLI UVJ1 11/ l>V V| L/l ■ Jff r J X f JUl f 1 Jul Tl f JU V f U\J J J 


03508 

UJ JUU 


DA2527 


1N4152) 


A1CR741 


152-0951-00 




SEMICOND DVC DI-SCHOTTKY ST 60V 2 25PF 

JLI 11 V/UI1U J» v f L/l • JUI IU 1 1 I\ 1 r J 1 r Jul r t • Ljr 1 


UUUuj 


152-095 


-00 


A1CR742 


152-0951-00 




SEMICOND DVC DI-SCHOTTKY ST B0V ? ?^PF 

JLI 11 V-'Ul <L/ L/¥U r L>l«JL/tJUJ 1 IM r Jl | UUV r L • LJl I 




152-095 


-00 


A1CR746 


152-0141-02 




SEMICOND DVC , DI : SW , S I , 30V , 150MA , 30V , DO-35 


03508 


DA2527 


1N4152) 


A1CR747 


152-0141-02 




SEMI COND DVC , D I : SW , S 1 , 30V , 1 50MA , 30V , DO-3 5 


03508 


DA2527 


1N4152) 


A1CR752 


152-0075-00 




SEMICOND DVC DI-SW GF ??V 80MW nn-7 


80(109 


152-0075-00 


A1CR753 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 

U J JUL/ 


DA2527 


1N4152) 


A1CR807 


152-0574-00 




SEMICOND DVc!DI:Sw!si!l20V,0.150MA,4NS,D035 


12969 


NDP566 




A1CR811 


152-0141-02 




SEMICOND DVC,DI:SW, SI, 30V, 150MA, 30V, D0-35 


03508 


DA2527 


1N4152) 


A1CR850 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 


1N4152) 


A1CR941 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 


1N4152) 


A1CR942 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA,30V, DO-35 


03508 


DA2527 


1N4152) 


A1CR950 


152-0141-02 




SEMICOND DVC , DI : SW , S I , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 


1N4152) 


A1CR951 


152-0141-02 




S EMICOND DVC , D I : SW , S 1 , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 


1N4152) 


A1CR956 


152-0141-02 




SEMICOND DVC, DI:SW, SI, 30V, 150MA.30V, D0-35 


03508 


DA2527 


1N4152) 


A1CR966 


152-0574-00 




SEMICOND DVC, DI:SW,SI, 120V, 0.150MA,4NS,D035 


12969 


NDP566 





REV SEP 1989 



8-9 



2465B Replaceable Electrical Parts 
2465B/2467B Service 



Component No. 



Tektronix 
Part No. 



Serial /Assembly No. 
Effective Dscont 



Name & Description 



Mfr. 

Code 



Mfr. Part No. 



A1CR972 

A1CR987 

A1CR995 

A1DL100 

A1E900 

A1J1 



A1J9 
A1J11 

A1J100 

A1J101 
A1J102 
A1J103 



152-0574-00 
152-0574-00 
152-0061-00 
119-1490-01 
276-0712-00 
131-0608-00 



131-0608-00 
131-0608-00 

131-0608-00 

131-3520-00 
131-3520-00 
131-0608-00 



SEMIC0N0 DVC,DI:SW,SI,120V,0.150MA,4NS,D035 12969 

SEMIC0ND DVC,DI:SW,SI,120V r 0.150MA,4NS,0035 12969 

SEMICOND DVC,DI:SW,SI,175V,0.1A,DO-35 07263 

DELAY LINE ,ELEC:73NS, 150 OHM 80009 

CORE , EM : BALUN , FERR I T E 34899 

TERMINAL, PIN:0. 365 L X 0.025 BRZ SLD PL 22526 
(QUANTITY OF 3) 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 22526 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 22526 
(QUANTITY OF 3) 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 
(QUANTITY OF 2) 

CONN , RCPT , ELEC : HEADER , 10 CONT.STR SLDR PIN 53387 

CONN , RCPT , ELEC : HEADER , 1 CONT.STR SLDR PIN 53387 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 22526 
(QUANTITY OF 2) 



NDP566 

NDP566 

FDH2161 

119-1490-01 

2843002402 

48283-036 



48283-036 
48283-036 



22526 48283-036 



3591-6002 
3591-6002 
48283-036 



A1J104 


131-0608-00 


TEWINAL,PIN:0.365 L X 0.025 BRZ GLD PL 


22526 


48283-036 






(QUANTITY OF 4) 






A1J105 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22 526 


48283-036 






(QUANTITY OF 2) 






A1J109 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 






(QUANTITY OF 2) 






A1J120 


131-3152-00 


CONN, RCPT, ELEC: HEADER, 2 X 8 0.1 SPACING 


22526 


66506-043 


A1J181 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 






(QUANTITY OF 2) 






A1J411 


131-3362-00 


CONN, RCPT, ELEC: HEADER, STR, 26 PIN 


53387 


3593-6002 


A1J511 


131-3362-00 


CONN, RCPT, ELEC:HEADER,STR, 26 PIN 


53387 


3593-6002 


A1J512 


131-3364-00 


CONN , RCPT , ELEC : HEADER , STRAIGHT , 34 PIN 


53387 


3594-6002 


A1J949 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


jioooo /IOC 

48283-Oob 






(QUANTITY OF 2) 




bHI u4Lib-2K/l\-b 


A1L101 


108-1251-00 


COIL,RF:FXD,2.7UH,10% 


54583 


A1L107 


108-1251-00 


C0IL,RF:FXD,2.7UH,10% 


54583 


CDT r\Af\C 0D7f C 

brl U4Ub-iiK/N-b 


A1L113 


108-1251-00 


COIL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 


A1L115 


108-0317-00 


COIL, RF: FIXED, 15 UH 


ocloB 


71 tniu_Li nDCDrrwT 
/ lDUirrriUrLKLLr! I 


A1L120 


■t fin mn a a 

108-1251-00 


LUiL.Kr : rW,c. /Irl, ILK 




<^PT fUnfi-?R7K-fi 

Jr I U*+UO Ci\/T\ U 


A1L20O 


108-0509-00 


COIL,RF:FIXED,2.45UH 


TK2042 


ORDER BY DESCR 


A1L219 


108-1251-00 


COIL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 


A1L220 


108-1251-00 


C0IL,RF:FXD,2.7UH,10% 


54583 


SPT O406-2R7K-6 


A1L307 


108-1251-00 


C0IL,RF:FXD,2.7UH,1Q% 


54583 


SPT 0406-2R7K-6 


A1L325 


108-1251-00 


C0IL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 


A1L336 


108-1251-00 


COIL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 


A1L403 


108-0552-00 


COIL,RF:FIXED,80NH 


TK1345 


108-0552-00 


A1L521 


108-1251-00 


COIL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 


A1L605 


108-0170-01 


C0IL,RF:FIXED,360NH 


TK2042 


ORDER BY DESCR 


A1L606 


108-0736-00 


C0IL,RF:FIXED,828NH 


TK2042 


ORDER BY DESCR 


A1L607 


108-0736-00 


COIL, RF: FIXED ,828NH 


TK2042 


ORDER BY DESCR 


A1L608 


108-0170-01 


COIL.RF: FIXED, 360NH 


TK2042 


ORDER BY DESCR 


A1L609 


108-0509-00 


C0IL,RF:FIXED,2.45UH 


TK2042 


ORDER BY DESCR 


A1L610 


108-0509-00 


C0IL,RF:FIXED,2.45UH 


TK2042 


ORDER BY DESCR 


A1L619 


108-0736-00 


C0IL,RF:FIXED,828NH 


TK2042 


ORDER BY DESCR 


A 1 I COO 
ni uuc-O 


108-0327-00 


COIL.RF: FIXED, 48NH 


TK2042 


ORDER BY DESCR 


A1L633 


108-0327-00 


C0IL,RF:FIXED,48NH 


TK2042 


ORDER BY DESCR 


A1L644 


114-0353-00 


COIL , RF: VARIABLE, 0. 6-1 . OUH 


24226 


ORDER BY DESCR 


A1L733 


108-1251-00 


C0IL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 


A1L738 


108-0317-00 


C0IL,RF:FIXED,15 UH 


32159 


71501M+10PERCENT 


A1L740 


108-0317-00 


C0IL,RF:FIXED,15 UH 


32159 


71501M+10PERCENT 


A1L743 


108-1251-00 


C0IL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 


A1L938 


108-1251-00 


C0IL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 


A1L973 


108-1251-00 


C0IL,RF:FXD,2.7UH,10% 


54583 


SPT 0406-2R7K-6 
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2465B Replaceable Electrical Parts 
2465B/Z467B Service 



Conponent No. 


Tektronix 
Part No. 


Serial /Assembly No. 
Effective Dscont 


Name & 


3escription 


Mfr. 
Code 


Mfr. Part No. 


A1L980 


108-1251-00 






mil RF-FXn ? 7IJH 10% 


54583 


SPT 0406-2R7K-6 


A1LR101 


108-0325-00 






C0IL,RF:FIXED,489NH 


TK2042 


ORDER BY DESCR 


A1LR107 


108-0325-00 






C0IL,RF:FIXED,489NH 


TK2042 


ORDER BY DESCR 


A1LR180 


108-0602-00 






mil RF-FTXFn 45NH 

L>U lL|!\r. r 1 ALU , t 1 


TK2042 


ORDER BY DESCR 


A1LR201 


108-0325-00 






rnn rf-ftxfd asqnh 


TK2042 


ORDER BY DESCR 


A1LR218 


108-0330-00 






L-U1L 1 1\~ . r x ALU , H\JdWn 


TK2042 


ORDER BY DESCR 


A1LR219 


108-0330-00 






C0IL r RF:FIXED,403NH 


TK2042 


ORDER BY DESCR 


A1LR280 


1 08-0602-00 






COIL, RF: FIXED, 45NH 


TK2042 


ORDER BY DESCR 


A10130 


151-0622-00 






TRANSISTOR : PNP , SI , 40V, 1A , T0-226AE/237 


04713 


SPS8956(MPSW51A) 


A1Q131 


1 si -09,99-00 






TRANS I ST0R : PN P , S 1 , 40V , 1 A , TO-226AE/ 237 


04713 


SPS8956(MPSW51Al 


A1Q154 


151-0188-00 






TRANSIST0R:PNP.SI,T0-92 


80009 


151-0188-00 


A1Q155 


151-0188-00 






TRANSIST0R:PNP,SI,T0-92 


80009 


151-0188-00 


A10190 


151-0190-00 






TRANSIST0R:NPN,SI,T0-92 


80009 


151-0190-00 


A1Q460 


151-0198-01 






TRANSIST0R:NPN,SI,T0-92 PLSTC 


80009 


151-0198-01 










(LOCATIONS A & B) 






A1Q550 


151-0190-00 






TRANSISTOR 


NPN,SI,T0-92 


80009 


151-0190-00 


A1Q600 


151-0190-00 






TRANSISTOR 


NPN,SI,T0-92 


80009 


151-0190-00 


A1Q623 


151-0190-00 






TRANSISTOR 


NPN , SI , T0-92 


80009 


151-0190-00 


A1Q624 


151-1025-00 






TRANSISTOR 


FET,N-CHAN,SI,T0-92 


04713 


SPF3036 


A1Q645 


151-0188-00 






TRANSISTOR 


PNP,SI,T0-92 


80009 


151-0188-00 


A1Q700 


151-0190-00 






TRANSISTOR 


NPN,SI,T0-92 


80009 


151-0190-00 


A1Q709 


151-0736-00 






TRANSISTOR 


NPN,SI,T0-92 


80009 


151-0736-00 


A1Q710 


151-0736-00 






TRANSISTOR 


NPN,SI,T0-92 


80009 


151-0736-00 


A1Q740 


151-0223-00 




R(11 W?^ 


TRANSISTOR 


NPN,SI,625MW,T0-92 


80009 


151-0223-00 


A1Q741 


1 51 -0190-00 






TRANSISTOR 


NPN,SI,T0-92 


80009 


151-0190-00 


A1Q742 


151-0190-00 






TRANSISTOR 


NPN,SI,T0-92 


80009 


151-0190-00 


A1Q743 


151-0188-00 






TRANSISTOR:PNP,SI,T0-92 


80009 


151-0188-00 


A1Q745 


151-0188-00 






TRANSIST0R:PNP,SI,T0-92 


80009 


151-0188-00 


A1Q941 


151-0188-00 






TRANSIST0R:PNP,SI,T0-92 


80009 


151-0188-00 


A1Q942 


151-0188-00 






TRANSIST0R:PNP,SI,T0-92 


80009 


151-0188-00 


A1R100 

r\i i \x vkj 


31 5-0474-00 






RES,FXD,FILM:470K 0HM,5%,0.25W 


19701 


5O43CX470K0J92U 


A1R101 


322-3235-00 






RES , FXD , FI LM : 2 . 74K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 2K74 


A1R102 


322-3235-00 






RES , FXD , FI LM : 2 . 74K 0H*l , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 2K74 


A1R112 


322-3097-00 






RES, FXD, FILM: 100 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R114 


321-0130-03 






RES,FXD,FILM:221 0HM,0.25%,0.125W,TC=T2 MI 


91637 


MFF1816D221R0C 


A1R115 


321-0146-00 






RES , FXD, FI LM : 324 OHM , 1% , . 125W, TC=T0 


07716 


CEAD324R0F 


A1R117 


321-0320-00 






RES , FXD, FI LM: 2 1 . OK OHM , 1% . 125W , TC=T0 


19701 


5033ED21KO0F 


A1R118 


321-0212-00 






RES , FXD , FI LM : 1 . 58K OHM , 1% , . 1 25W , TC=T0 


19701 


5033ED1K58F 


A1R121 


313-1121-00 






RES,FXD,FILM:120 OHM,5%,0.2W 


80009 


313-1121-00 


A1R123 


313-1622-00 






RES,FXD,FILM:6.2K 0HM,5%,0.2W 


57668 


TR20JE 06K2 


A1R125 


301-0361-00 






RES,FX0,FILM:360 0HM,5%,0.5W 


19701 


5053CX360R0J 


A1R129 


322-3097-00 






RES, FXD, FILM: 100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R130 


313-1561-00 






RES, FXD, FILM: 560 OHM,5%,0.2W 


57668 


TR20JE 560E 


A1R131 


313-1561-00 






RES,FXD,FILM:560 OHM,5%,0.2W 


57668 


TR20JE 560E 


A1R133 


322-3201-00 






RES,FXD,FILM:1.21K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 1K21 


A1R135 


322-3193-00 






RES, FXD, FILM: IK 0HM,l%,0.2W,TOT0 


57668 


CRB20 FXE 1K00 


A1R136 


313-1622-00 






RES,FXD,FILM:6.2K 0HM,5%0.2W 


57668 


TR20JE 06K2 


A1R140 


313-1471-00 






RES,FXD,FILM:470 0HM,5%,0.2W 


57668 


TR20JE 470E 


A1R141 


313-1471-00 






RES,FXD,FILM:470 OHM,5%,0.2W 


57668 


TR20JE 470E 


A1R142 


313-1391-00 






RES,FXD,FILM:390 OHM,5%,0.2W 


57668 


TR20JE 390E 


A1R143 


313-1391-00 






RES,FXD,FILM:390 OHM,5%,0.2W 


57668 


TR20JE 390E 


A1R144 


307-0108-00 






RES,FXD,CMPSN:6.8 0HM,5%,0.25W 


01121 


CB68G5 


A1R149 


322-3289-00 






RES, FXD, FILM: 10K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R150 


322-3193-00 






RES, FXD, FILM: IK OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R152 


313-1242-00 






RES,FXD,FILM:2.4K OHM,5%,0.2W 


57668 


TR20JE 02K4 


A1R153 


322-3289-00 






RES , FXD , FI LM : 1 OK OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 10K0 


A1R154 


322-3242-00 






RES , FXD, FILM: 3 . 24K OHM , 1%, . 2W, TC=T0 


57668 


CRB20 FXE 3K24 


A1R155 


321-0250-00 






RES,FXD,FILM:3.92K OHM,l%,0.125W,TC=T0 


07716 


CEAD39200F 
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2465B Replaceable Electrical Parts 
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Tektronix 


Serial /Assembly No. 






Mfr. 




Component No. 


Part No. 


Effective Dscont 


Name 


& Description 


Code 


Mfr. Part No. 


A1R156 


322-3242-00 




RES.FXD 


FILM:3.24K OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 3K24 


A1R159 


322-3242-00 




RES.FXD 


FILM:3.24K OrM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 3K24 


A1R161 


322-3293-00 




RES.FXD 


FILM.-11K 0HM,1%,0.2W,TC=T0 


57658 


CRB20 FXE 11K0 


A1R162 


322-3293-00 




RES.FXD 


FILM:llKOHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 11K0 


A1R163 


322-3242-00 




RES.FXD 


FILM:3.24K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 3K24 




31 3-ift9?-fin 

ola lOcc UU 




Kto, rAU 


r lLn.O. cN.Um, O/o, U. cW 


3/ OOO 


1 I\cUUL UOt\L 


A1R173 


313-1471-00 




RES.FXD 


FILM:470 OHM,5%,0.2W 


57668 


TR20JE 470E 


A1R180 


322-3242-00 




RES.FXD 


FILM:3.24K OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 3K24 


A1R181 


322-3289-00 




RES.FXD 


FILM:10K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R182 


322-3242-00 




RES.FXD 


FILM:3.24K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 3K24 


A1R183 


322-3289-00 




RES.FXD 


FILM:10K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 10K0 


a i □ 1 cin 

AiKiyu 


ooo ooon pp. 
322-32o9-UU 




Ktb.rXU 


rn M.I nf puu 10/ n Ol 1 TP— Tn 

rlLM:lUK UHn,l/o,U.2w, IL=IU 


C7CCO 

b/boo 


PODOP ITVC 1 PV p, 

CKbYU rXt 1UKU 


A1R191 


322-3289-00 




RES.FXD 


FILM:10K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R192 


322-3289-00 




RES.FXD 


FILM:10K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R193 


322-3193-00 




RES.FXD 


FILM: IK OHM,l%,Q.2W,TC=T0 


57668 


CRBZ0 FXE 1K00 


A1R194 


322-3289-00 




RES.FXD 


FILM:10K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R195 


322-3143-00 




RES.FXD 


FILM: 301 OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 301E 


AlKiyb 


ooo 3077 nn 
oclrScl /-UU 




dcc cvn 
Ktb, rAU 


CTtlJ.7 Cf P.UM 1°/ p. Ol.l TP-TP. 


o/ooo 


LKtJcU rAt /Kyj 


A1R197 


322-3265-00 




RES.FXD 


FILM:5.62K OHM,l°/.,0.2W,TC=T0 


80009 


322-3265-00 


A1R198 


321-1700-04 




RES.FXD 


FILM:10.44K OHM,0.1%,0.125W,TC=T2 


19701 


5033RC10K440B 


A1R199 


321-1700-04 




RES.FXD 


FILM:10.44K 0HM,0.1%,0.125W,TC=T2 


19701 


5033RC10K440B 


A1R200 


315-0474-00 




RES.FXD 


FILM:470K OHM,5%,0.25W 


19701 


5043CX470K0J92U 


A1R201 


322-3235-00 




RES.FXD 


FILM:2.74K OHM,17.,0.2W,TC=TO 


57668 


CRB20 FXE 2K74 


ft 1 DOfiO 


300_QOOE_nn 

oCC Oc.jO UU 




pre rvn 


FTIM-9 ~1AY PiHM 1°/ n 9U TP -Til 
r lLn. C . Urn, l/o, U. Oh, t L— iU 


3/ DUO 


UKDcU rAC CK/^ 


A1R216 


313-1121-00 




RES.FXD 


FILM: 120 0HM,5%,0.2W 


80009 


313-1121-00 


A1R217 


321-0320-00 




RES.FXD 


FILM:21.0K OHM,l%,0.125W,TC=T0 


19701 


5O33ED21K00F 


A1R218 


321-0212-00 




RES.FXD 


FILM:1.58K OHM,l%,0.125W,TC=T0 


19701 


5033ED1K58F 


A1R225 


301-0361-00 




RES.FXD 


FILM:360 0HM,5%,0.5W 


19701 


5053CX360ROJ 


A1R230 


322-3226-00 




RES.FXD 


FILM:2.21K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 2K21 


ttlKcOl 


ooo oooc r\r\ 
dec. OCCD UU 




Kto , rAU 


ctim.o oil/ nt-M 1°/ n 9u tt-tpi 
riLn.ii. ciK urn, i/o,u. ah r il- iu 


J/Ooo 


LKDcU rAt Civil 


A1R232 


322-3226-00 




RES.FXD 


FILM:2.21K 0HM,1%0.2W,TC=T0 


57668 


CRB20 FXE 2K21 


A1R301 


315-0180-00 




RES.FXD 


FILM: 18 OHM,5%,0.25W 


19701 


5O43CX18RO0J 


A1R302 


315-0180-00 




RES.FXD 


FILM: 18 0HM,5%,0.25W 


19701 


5043CX18R00J 


A1R303 


322-3097-00 




RES.FXD 


FILM:100 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R304 


315-0101-00 




RES.FXD 


FILM: 100 0HM,5%,0.25W 


57668 


NTR25J-E 100E 




oic film nn 
OlO U1U1-UU 




nrc rvn 
Kto , rAU 


rlLn.lUU Unrl, D/o F U .iiow 


3/D0o 


R 1 KZDJ l 1UUC 


A1R312 


322-3097-00 




RES.FXD 


FILM:100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R329 


322-3097-00 




RES.FXD 


FILM:100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R332 


322-3097-00 




RES.FXD, 


FILM:100 OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 100E 


A1R353 


322-3239-00 




RES.FXD 


FILM:3.01K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 3K01 


A1R361 


322-3265-00 




RES.FXD, 


FILM:5.62K OHM,l%,0.2W,TC=T0 


80009 


322-3265-00 


nlr\*+Ul 


3oo_oono_n i n 




dfc ryn 
Kto, rAU, 


FT1M-1 VAX OHM iv n 9U TP-TH 


C~7pCO 

O/OOO 


PDQOn CYF WOA 
LKDtU rAL INtH 


A1R402 


322-3085-00 




RES.FXD, 


FILM:75 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 


A1R403 


311-0607-00 




RES.VAR, 


N0NW:TRMR,10K OHM.0.5W 


73138 


82-25-2 


A1R404 


313-1200-00 




RES.FXD, 


FILM:20 0HM,5%,0.2W 


57658 


TR20JE20E 


A1R405 


313-1200-00 




RES.FXD, 


FILM:20 0HM,5%,0.2W 


57668 


TR20JE20E 


A1R411 


311-0978-01 




RES.VAR, 


N0NVW:TRMR,250 OHM,0.5W 


32997 


3329H-K28-251 




occ. oUOO UU 




nrc rvn 
Kto, rAU, 


CTT 1 M • 7 R HUM 1°/ C\ OU TP— Tfl 

r 1 LM : / o UnM , l/o , U . tW , IL-IU 


E7CCQ 

3/ boo 


PDrop rye 7CCP, 
LKb^lU rAt /DtU 


A1R416 


322-3193-00 




RES.FXD, 


FILM: IK 0HM,l%,0.2W,TOT0 


57668 


CRB20 FXE 1K00 


A1R417 


311-2234-00 




RES.VAR, 


N0NWW:TRMR,5K 0HM,20%,0.5W LINEAR 


TK1450 


6F06UT 5K 


A1R430 


322-3085-00 




RES.FXD, 


FILM:75 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 


A1R450 


321-0310-00 




RES.FXD, 


FILM: 16. 5K OHM, 1%,0. 125W,TC=T0 


19701 


5033ED16K50F 


A1R451 


321-0275-00 




RES.FXD, 


FILM:7.15K 0W,1%,0.125W,TC=T0 


07716 


CEAD71500F 


A1R452 


321-0310-00 




RES.FXD, 


FILM:16.5K 0HM,1%,0.125W,TC=T0 


19701 


5033ED16K50F 


A1R453 


321-0275-00 




RES.FXD, 


FILM:7.15K OHM,1%,0.125W,TC=TO 


07716 


CEAD71500F 


A1R454 


321-0310-00 




RES.FXD, 


FILM:16.5K OhW, 1%,0. 125W,TC=T0 


19701 


5033ED16K50F 


A1R455 


321-0310-00 




RES.FXD, 


FILM:16.5K OHM , 1% , . 125W , TOTO 


19701 


5033ED16K50F 


A1R456 


321-0333-00 




RES.FXD, 


FILM:28.7K 0HM,1%,0.125W,TC=T0 


19701 


5043ED28K70F 
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REV SEP 1989 



2465B 



Replaceable Electrical Parts 
24B5B/Z467B Service 



Tektronix Serial/Assembly No. Hfr. 



Conponent No. 


Part No. Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 




391 -Pi07e,_aa 


DCC CVn ITT 1 L.7 1 CI/ ALU J 1 °/ A 1 OCl 1 TP TA 

Ki:b,hXU,rll_H:/.15K Urrl, L4,U. 12bW, IL=IU 


07716 


CEAD71500F 


nitVr-JO 


399-3naR- nn 

OLL jUOO Uu 


DCC cvn CTIM.7C nuu 10/ a oil TP Tn 


57668 


CkdZO FXE 75E0 


A1R459 


322-3085-00 


RES,FXD,FILM:75 OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 


A1R460 


321-0062-00 


RES,FXD,FILM:43.2 0HM,0.5%,0.125W,TC=T0 


57668 


CRB14 FXE 43.2 




■399 -31 3Q_nn 
Oct: -oioy-uu 


DCC CVn CTt M . OT A nUU 1 0/ A Oi 1 TV TA 

Kto,rAU,riLPl:£/4 Unn,l/o,u.£W, lt=IU 


57668 


CRB20 FXE 274E 


A1R462 


399-39ni -on 


ore cvn ctim.1 oif nuj 1°/ a ow tp_ta 


D/ODO 


LKB20 rXt 1K21 


A1R463 


3?9_3iq3_aa 

ode oiao uu 


dfc cvn CTiu.if aum iv ^ oil tp— ta 
KtOpi-AUjrlLM:!!^ Urrl, i/b, U. <^W, IL-IU 


5/DDO 


LKbdO rXt 1NUU 


A1R464 


391 -nnp.3-nn 

Ot-i UUOO UU 


DCC CVn CTIM-/I/1 9 HUM P. CV Pi 19CW TP— TA 

Kto, rAU, rlLM.44.£ Unn, U. O/o, U. IcDvl , IL-IU 


yibo/ 


CMrbbilbti44K20r 


A1R465 


322-3193-00 


RES,FXD,FILM:1K OHM, 1%,G.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R468 


321-0287-00 


RES,FXD,FILM:9.53K OhM,l%,0.125W,TC=T0 


19701 


5033ED9K530F 


A1R469 


3i3-i?o.fj-fifi 

OIO icUU UU 


DFC rvn CT1M-9A HUM F / n 9U 
Kto, rAU, r ILM.tU Um,o/o,U.cw 


C7CCO 


xnon icoAr 
1 K^UdtzUt 


A1R470 


399-3399-fifi 

OCC OOCC UU 


DFC CYn FTI M- 99 1 1f* OMM 1°/ 9U TP-TO 
Kto, rAU, r 1 Ln. cc . lis. UrW, 17o r U. iiw, lu- i U 


C7CCD 

D/bbo 


LKbcU rXt ccKl 




399-3399_PjPi 
oCC OOCC UU 


dcc cvn cti u.oo 11^ PiLM i / r\ on tp_ .ta 


57668 


CRB20 FXE 22K1 


A1R473 


31 3-1471 -fifl 

oio l*t/ 1 UU 


DFQ cvn CTIM-/I7n nuM cy n 9U 
KtO, rAU, r J.Ln. 4/U Unrl f O/o , U . 6W 


C7CC0 

5 /boo 


IKiiOJt 4/Uh 


A1R476 


322-3085-00 


RES, FXD, FILM: 75 OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 75E0 


A1R477 


322-3258-00 


RES , FXD , FI LM : 4 . 75K OHM , 1% , . 2W , TC=T0 


56845 


ORDER BY DESCR 


A1R478 


G£l UJ.30 UD 


DfC cvn ni M* w riNM n 9^°/ n 19CU Tr— to 


A771 C 

u/ / lb 


PCAP1 AAAAP 

LtALiUUUUL 


A1R479 


D£-£ DlciO UU 


dfc cvn criM'ik' ni-flgi i / n 9u tp-th. 


D/ubo 


PDDOA CVC 1 f AA 

LKbcU rAt INUU 


A1R480 


JlI UO/ U UU 


RF^ FYD FTIM-7A 7k - ni-M IV n 1 9QJ TP-Tn 


A771 P 

u//ib 


PCAA707A1 C 

LtAU/o/Uir 


A1R481 


Oc.1 U04/ UU 


DFC Cvn FTIM-^n ^k' Ol-W 1°/ A 1 9QJ TP— TPi 


Q1 CO. 7 

yioo/ 


PMCCC1 1 CP/IAOA1 r 

LMh boi i bb40YUl r 


A1R482 


313-1471-00 


RES,FXD P FILM:470 0HM r 5% r 0.2W 


57668 


TR20JE 470E 


A1R483 


321-0347-00 


RES,FXD,FILM:40.2K 0hM r l% f 0.125WJC=T0 


91637 


CMF55116G40201F 


A1R484 


OCL OCCC Uu 


Kto, rAU , r 1 LM . CK Unn, l/o, U . cii f 1 L— 1 U 


D/bbo 


pddoa rvr Ol/AA 
LKD£U rAt cmjkj 


A1R485 


399-3999_fjfi 

Oct. OCCC UU 


DFQ cvn rTIM-9lf" HUM 1°/ Pi 9U TP— TH 
Kto, rAU, rlLrl. cf\ Unn , l/o, U. Cn, IU-IU 


D/bbo 


PDDOA rvr Ol/AA 

LKBdU rAt iiNUU 


A1R48R 


3?i -0347-nn 

Oil UOH/ UU 


Kto r rAU , r i Ln . 4U . cl\ urrl , i/o , U . i£OW , i L- 1 U 


Q1 CQ7 


PUCCC1 1 CP/1AOA1 r 

LMrDDi i bb4U<c U i r 


A1 RdR7 


391 -Hi 3fi-fi3 
OCl UlOU UO 


DFC CVn FTIM-991 PiWM O n 19Q.I TP— TO U1 
Kto, rAU, ri Ln. del Unn r U. tofc, U. Icow, IL- 1 c nl 


m C27 


urci 01 CA001 nnr 
Mrl-lolbU^lKUL 


A1R488 


321-1216-03 


RES, FXD, FILM: 1 . 76K OW, 0. 25%, 0. 125W, TC=T2 


24546 


NC55C1761C 


A1R489 


321-1216-03 


RES, FXD, FILM: 1 . 76K 0HM.0. 25% , . 125W, TC=T2 


24546 


NC55C1761C 




391 -0.375-0/1 
OCL UO/ 3 UU 


DCC CVn CTIM-7Q ~1V HUM 1°/ A 100/ TP— TO 

Kto,rAU r rlLr!:/<5./l\ Urn f lA t U. Lctm, IC=IU 


07716 


LtAu/o/01h 


A1R491 


399-31 Q3_nn 

Oct. 0130 UU 


DFQ CVn C'TIM-1k' fll-iM 1°/ A 9V / TP-TH 

KLO, rAU, rlLM. lis Unn, l/o, U. cvt, IL-IU 


D/bbo 


pddoa rvr 1 vr\r\ 
LKd^U hXt 1KUU 


A1R492 


OCl UI30 UO 


DFC CVn CTIIU.ll^ PiUM A OC°/ A 1 0EM TP— TO 

Kto, rAU, r ILn: In Um,U.*:^ r U.l£Dw, IL=t^! 


0//lb 


PCAP1 AAAAP 

LtALlUOOUL 


A1 RdQ3 


399-395^-00 
Oll OcDu UU 


DFC CVn CTIM.^ 7Cf ALJijI 10/ n 01 i TP TA 

Kto, rAU, r ILn: 4. /on urrl, i/o, U.dw, IL=IU 


56845 


ORDER BY DESCR 


A1R494 


313-1201-00 


RES,FXD,FILM:200 OHM f 5% r 0.2W 


57668 


TR20JE200E 


A1R495 


322-3085-00 


RES, FXD, FILM: 75 OHM,l%,0.2W r TC=TO 


57668 


CRB20 FXE 75E0 


A1 RdQfi 


399_39Q3_nn 
0£C OC.JO UU 


dcc cvn rTiM.nf nuu i°/ a on rr— ta 
Kto^rAUfrlLn.ilN Urrl , i/o , U . csi , IL-IU 


57568 


CRB20 FXE 11K0 


A1R497 


313-1R91-00 

OiO lOdl UU 


DFC CYn CTIM'ft9fl PiWM c; / A 91J 
KtO, rAU t riLn.OdU Urrl , OA , U . dW 


57668 






31 3-1ft?1 -00 

OiO lOc.1 UU 


DFC FYn FTIM-S9n PiWM F / n 9U 
Kto, rAU, riLn.OcU Urfl^u/o, U.£.W 


D/bbo 


TOO A ic oonc 

1 K2UJt iVUt 


A1R501 


399-30Q7-fifi 

Of-£ OU3/ UU 


DFC FYn FTIM-inn HUM 1°/ C\ 0\J TP— TA 
Kto, rAU, r ILn. 1UU Urrl, i/o, U. cvi t IL— i u 


C7CCO 

5/bbo 


LKbVU rXt lUUt 


A1R502 


313-1622-00 


RES,FXD,FILM:6.2K OHM,5%,0.2W 


57668 


TR20JE 06K2 


A1R503 


322-3289-00 


RES, FXD, FILM: 10K OHM,l%,O.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R5f)d 


399-39RQ-00 


DFC cvn CTiM.inir' nuM 1°/ a oh tt_ ta 
Kto, rAU, r 1LH: IUN Unn , i/o, U. cvi, IL=IU 


57668 


pnDOA rvr 1 r\t/r\ 

CRB20 FXE 10KO 


A1R511 


391 -0,390-00. 

Oil UO£U UU 


DFC FYn FTIM-91 CM PiUW 1°/ A 1 9C1I TP— TA 

Kto, rAU, r ILn. ex .UN Urrl, iA r U. Lctm, I L= I U 


1 H7A1 

19/01 


CAOornoi i/AAC 
OUOOtU^iNUUr 


A1R512 


JLL OiiJO UU 


DFC FYn FTIM-llk' HUM 1°/ A 91J TP-TA 
Kto, rAU, rl Ln. 1IN Unn, 1A ( U.iW, IL-IU 


C7CCO 

b/bbo 


pddoa rvc 1 1 vr\ 

LKd^U rXt IInU 


A1R513 


313-1470-00 

OIO 14/ U UU 


DFC FYn FTI M-/I7 f\MM RV A 9W 
KL0 r rAU,riLn.4/ Unrl t OA,U.£iW 


57668 


IR20JE 47E 


A1R518 


313-1680-00 


RES, FXD, FILM: 68 0HM,0.2W,5% 


57668 


TR20JT68 68E 


A1R519 


313-1621-00 


RES,FXD,FILM:620 0HM,5%,0.2W 


57668 


TR20JE 620E 


Al f?R?fl 


31 3-1 3Q3-00 
OIO 1030 UU 


DFC CVn CTIM.OQf HUM CV A OU 

Kto , rAU , r i LM . oaK Urrl , z>% , U . cvi 


57668 


mori ir new/ 

TR20JE 39K 




399-30ftC_0O 
occ oUoj-UU 


DCC CVn CTIM.7C nUM IV A Oil TP TA 

Kto,rAU,riLn:/o Urr1,l/o r U.^, IL=I 


57668 


CRB20 FXE 75E0 


A1R527 


3??-308S-00 


RF^ FYD FTI M- 7^ OHM 1°/ fi 7U TC-JO 


D/DDo 


PDR90 FYF 7^Fn 
LKDtU rAt /DtU 


A1R529 


313-1561-00 


RES, FXD, FILM: 560 0HM,5%,0.2W 


57668 


TR20JE 560E 


A1R537 


322-3097-00 


RES , FXD , FI LM : 1 00 OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 100E 


A1R538 


313-1621-00 


RES, FXD, FILM: 620 0HM,5%,0.2W 


57668 


TR20JE 620E 


A1R542 


313-1680-00 


RES,FXD,FILM:68 0HM,0.2W,5% 


57668 


TR20JT68 68E 


A1R543 


313-1621-00 


RES,FXD,FILM:620 OHM,5%,0.2W 


57668 


TR20JE 620E 


A1R544 


313-1393-00 


RES, FXD, FILM :39K OHM,5%,0.2W 


57668 


TR20JE 39K 


A1R545 


322-3085-00 


RES,FXD,FILM:75 OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 


A1R550 


313-1471-00 


RES,FXD,FILM:470 OHM,5%,0.2W 


57668 


TR20JE 470E 


A1R551 


321-1682-07 


RES , FXD , FI LM : 5 . 7K OHM , . 1% , . 125W , TC=T9 


19701 


5033RE5K701B 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 



Component No. 


1 fc^lv. LI XX 1 1 A 

Part No. 


Ocl idly Hoots iu i jf iiu . 

Effective Dscont 


Name & Description 


Mfr. 
Code 


Hfr. Part No. 


nll\JJc. 


3?1-0fi41-fi7 

OL1 UUtl U/ 




RFS FXD FTIM-1 8IC OHM 10 125W TC=T9 

l\LJf 1 ALff 1 J. LI 1 ■ x * Ul\ ul ■ 1 p U * A f U « XL Jff j 1 U 1 u 


07716 


CEAE 18000B 




322-321 n-oo 




RES FXO FILM-1 5K OHM 1% 2W TC=T0 

l\LJ f 1 i\\J ft 1LI It i * JIN Ul 1 lp !/• t-ll i Iw 1 w 


57668 


CRB20 FXE 1K50 


r\A.IN J JT^ 


322-321 3-00 

JLL JL1J vv 




RES, FXD, FILM: 1.62K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K62 


AIRW 


ULj*t UU 




RES FXD FILM- 11 3K OHM 1% 125W TC=T0 

T\L J f 1 f\L/ f \ X LI 1* JL X ■ JiN VI 1 If X Lull f i w t w 


19701 


5043ED11K30F 


A1R556 


322-3282-00 




RES,FX0,FILM:8.45K 0HM,1%,0.2W,TC=T0 


80009 


322-3282-00 


A1R557 


321-0808-07 




RES , FXO , FI LM : 300 OHM , . 1% , . 125W , TC=T9 


24546 


NE55E3000B 


A1R558 


Ql.± uuj/ u/ 




RES FXD FILM- 60 OHM 1% 125W TC=T9 

f\L_ J f i tWJ fiX LJ 1 • Uu Ul 1 1^ Vi JL/O r w m J. L on p I w 1 J 


57668 


RB14BZE 60E 


nlr\OOU 


ai «_i cyi _nn 

OlO 1U£1 uu 




RFS FXD FTIM-620 OHM 5% 2W 

r\L J f 1 A.L/ | 1 iU UULV V/l 1 I j J/O f U . LTI 


57668 


TR20JE 620E 




OlO 1£/U uu 




RFS FXD FIIM-27 OHM ?W 

i\LJ t pAU r r i. U 1 • C/ Ui ■ I O/o , U . LH 


57668 


TR20JT68 27 E 


A1RRD1 


OlO 1/OU uu 




RFC FYn FT! M-7S OHH "ffi fl ?W 

f\U.O f rAU r • 1 1 I I • / O Ul 1 1 r J/o | U . cn 


57668 


TR20JE 75E 


A1R602 


313-1470-00 




RES,FXD,FILM:47 0HM,5%,0.2W 


57668 


TR20JE 47E 


A1R605 


311-2227-00 




RES,VAR,N0NW:TRMR,100 0HM,20%,0.5W LINEAR 


TK1450 


6F06UT 100 


Al PRAR 


31 3-1 1 oo-no 

OlO 11UU uu 




RF 1 ! FXn FTIM-1D f)l-M ^ ?W 

f\LO r r AU r r i LI 1 . 1 u un f f J/o , U . Ul 


57668 


TR20JE10E0 


A1 PR07 


•si 3-1100-00 

JlO 11UU uu 




RFS FXD FTIM-10 OHM "1% ?W 

l\LJ r 1 AU r 1 1LI I. iu \Jt ■ 1 r J/O r U • Lft 


57668 


TR20JE10EO 


A1 RR1 A 


3?? -3?ftQ-00 

OLL OlOj UU 




RFS FXD FTIM-1 OK OHM 1X ?W TC=T0 

r\LJ r lAU r T i U 1 • AUIS Ul II , l/o, \J . L*I , 1 ij IU 


57668 


CRB20 FXE 1OK0 


A1 Rfil *i 

HlfXUlO 


OCC OlQj UU 




RFS FXD FIIM-10K OHM 1% 2W TC=T0 

(\LJf I AL* ft 1 LI 1 < 1 WIN ul R 1 r I/O r U 1 Ln f Iv 1 %J 


57668 


CRB20 FXE 10KO 


A1R617 


322-3193-00 




RES, FXD, FILM: IK OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 1K00 


A1R618 


311-2234-00 




RES , VAR , N0NWW : TRMR , 5K OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 5K 


nlf\ui J 


315-0SK1-00 




RES,FXD,FILM:51 0HM,5%,0.25W 


19701 


5043CX51R00J 


Al DCOfl 
rtlrxULU 


3??_3?RQ-00 
Ol.i1 OL JO UU 




RFS FXD FILM-4 75K OHM 1% 2W TC=T0 

l\LJ| 1 f\\J fl X L-J P • 1 - * JIN Ul 1 l| 1/VfUiLITf >U IV 


56845 


ORDER BY DESCR 


Al 9R99 


399-3? ?c_on 




RES FXD FILM- 2 21K OHM 1% 2W TC=T0 

l\LJf 1 t\v fl IL 1liL*L4LI> Jl I If L/Of u 1 Ln f 1 u 1 u 


57668 


CRB20 FXE 2K21 


Al PR93 


3??_3nq7_on 

JLL OUJ/ UU 




RFS FXD FT 1 M ■ 1 00 OHM \% 2W TC=T0 

l\LJ f 1 f\\J f 1 1 1— 1 1 • -A UU Ul ■ 1 j -L/O f U • LIT f lu IV 


57668 


CRB20 FXE 100E 


AIR624 


313-1100-00 




RES, FXD, FILM: 10 OHM,5%,0.2W 


57668 


TR20JE10E0 


A1R537 


322-3222-00 




RES, FXD, FILM: 2K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 2K00 




31 i -993d-nn 

Oil LLJn UU 




RFS VAR NONUU - TRMR OHM 20% 5W LINEAR 

l\L,j , 1 rti\ f tiui i¥¥¥t • 1 ry ir\ r Jin ui pi i / lv/o f vj • j« l 1 1 ■ ltii \ 


TK1450 


GF06UT 5K 


Al RR3Q 


31 1 -.9930-0(1 
Oil CCoKJ UU 




RFS UAR NONUU-TRMR S00 OHM ?0X 50 LINEAR 

r\L. J t «rtr\ 1 tiullTfW • 1 f\l i[\ r JUv ui 1 if Lu/Of u • uu l j, i ti_ni\ 


TK1450 


GF06UT 500 


A1 RRA9 


313-1437-00 

OlO IHOl uu 




RFS FXD FTIM-4 3K OHM 5% 2W 

rvLO t rALif r 1 LI l . t • Jr^ \J\ a i ( J/o r u • lit 


57668 


TR20JE 04K3 


Al PR/Q 


399-3nftR-00 
jll OUOJ uu 




RFS FXD FTI M- T\ Offl \% 2W TC=T0 

r\l_ J f [ AU, 1 1 LJ 1 ./J vl H 1 f J./0 1 U . LI1 1 lu 1 u 


57668 


CRB20 FXE 75E0 


A1R644 


322-3258-00 




RES , FXD , FI LM : 4 . 75K OhM , 1%, . 2W, TC=T0 


56845 


ORDER BY DESCR 


A1R645 


321-0625-00 




RES,FXD,FILM:5.88K OHU%,O.125W,TC=T0 


56845 


CMF-55116G58800 


Al RRAR 


391 -o?r?-oo 

Oc.1 Ulol UU 




RFS FXD FTI M- 4 12K OhM 1% 125W TC=T0 


07716 


CEAD41200F 


A1 RRAQ 


399-39A3-00 

JLL OlMO UU 




RFS FXD FTIM-3 3?K Ol-M IX 2W TC=T0 

t\l_ J T 1 AU r ' *• • U • JL IN Ul I If ±fo t U . Ln , i u 1 \J 


80009 


322-3243-00 


A1 RRRfl 

r\J.f\0 OU 


JLL OOIO UU 




RFS FXD FILM-20K OHM 1% 2W TC=T0 

l\LJ f 1 /\U 1 1 lUli LUIN Ul 1 if X/O f U • LTI flu 1 w 


57668 


CRB20 FXE 20K0 


Al RFKI 


JLL OIOj UU 




RES FXD FILM-909 OHM 1% 2W TC=T0 

l\LJ f 1 /\LV f 1 X L-l 1 ■ JUJ Ul ■ 1 p X/O f U • LTT flU P V 


57668 


CRB 20 FXE 909E 


A1R552 


315-0274-00 




RES,FXD,FILM:270K OHM,5%,0.25W 


57668 


NTR25J-E270K 


A1R653 


322-3193-00 




RES,FXD,FILM:1K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


Al RRR^ 


'599_'31Q'3_nn 

jll oiyo uu 




RFS FXD FTI M- IK OHM \"L ?W TC=T0 

l\LJ r lAU f T 1 l_l 1 ■ J. IN Ul 1 1 f J. /Of U • LTV f I Vr 1 U 


57668 


CRB20 FXE 1K00 




OLl UL/O UU 




RFS FXD FIIM-7 68K OFM 1% 125W TC=T0 

l\LJ f 1 /\Ly fl lUli / > UUIN Ul 1 if JL/OfU - J. L JTT r 1 w 1 \J 


07716 


CEAD76800F 


A1 RRRQ 


399-31Q7-00 

jll 013/ UU 




RFC FXD FTIM-1 1K OHM 1% ?U TC=T0 
in to f tau f r 1 lpi . x . liN ui ■ i, i/o r u . lw r i u i u 


57668 


CRB20 FXE 1K10 


Al RRRQ 
nl r\UOj 


391 -oqqr-oo 

JLl UCJJJ uu 




RFS FXD FTIM-S4QK OHM IX 125W TC=T0 

l\L J t TALP ,1 1 l_l 1 . J*t JIN Ul 1 1, I/O, U. -L L JTT flu 1 U 


24546 


NA55D5493F 


A1R670 


322-3193-00 




RES,FXD,FILM:1K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R671 


322-3289-00 




RES,FXD,FILM:10K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1RR7R 


JLL JWf UU 




RFS FXD FTIM-1 00 OHM 1°/ ?W Tr=T0 

r\L. J F r au 1 r 1 u i • xuu ui ■ i , ±/o , u . lty , i u i u 


57668 


CRB20 FXE 100E 


A1 R7fin 
nlf\/ UU 


31 3-1 9?\ -no 

010 IllI uu 




rst.0 r rAU r r 1 LI 1 . llU Ul I I r O/O r U • LW 


57668 


TR20JE220E 


Al R7fYl 


3??-3??3-00 

JLL JLLJ UU 




ore FXD FT 1 M - ? 0SK OHM IX 2W TC=T0 

p\l_ J f rAU f r 1 LI 1 • L • UJIN Ul 1 1 1 L/O f U . LU f lu lw 


57668 


CRB20 FXE 2K05 


Al R709 
nlrw Ul 


391 -09R9-0fl 
OlI Uljl uu 




RFS FXD FTIM-4 12K OHM 1% 125W TC=T0 

I\I_J r rAU f r 1 Lrl . *t . XL IN Ul 1 1 1 J./0 , U • IlJIP , lu 1 U 


07716 


CEAD41200F 


A1R707 


322-3201-00 




RES , FXD, FILM: 1. 21K OHM, 1%, . 2W, TC=T0 


57668 


CRB20 FXE 1K21 


A1R708 


313-1242-00 




RES,FXD,FILM:2.4K 0HM,5X,0.2W 


57668 


TR20JE 02K4 


A1R7ffi 

nlrs/ uj 


OCC jl JO uu 




RES , FXD , FI LM : 4 . 75K OHM , 1% , . 2W , TC=T0 


56845 


ORDER BY DESCR 


A1R710 


Jl J uJJv uu 




REs[ FXDiFILM:39M 0HM,5%,0.25W 


01121 


CB3965 


A1R713 


313-1822-00 




RES,FXD,FILM:8.2K,0HM,5%,0.2W 


57668 


TR20JE 08K2 


A1R723 


321-0240-00 




RES , FXD, FI LM : 3 . 09K OHM , 1% , . 125W , TC=T0 


07716 


CEAD30900F 


A1R724 


321-0680-00 




RES,FXD,FILM:35.3K OW,0.5%0.125W,TC=T2 


19701 


5033RC35K30D 


A1R731 


322-3306-00 




RES,FXD,FILM:15K OHM,l%,O.2W,TC=T0 


57668 


CRB20 FXE 15K0 


A1R732 


322-3273-00 




RES , FXD , FI LM : 6 . 81K 0HH , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 6K81 


A1R733 


322-3218-00 




RES , FXD , FI LM : 1 . 82K OHM , 1 % , . 2W , TC=T0 


57668 


CRB20 FXE 1K82 


A1R734 


313-1221-00 




RES, FXD, FILM: 220 0HM,5%,0.2W 


57568 


TR20JE220E 


A1R735 


313-1273-00 




RES,FXD,FILM:27K 0HM,5%,0.2W 


57668 


TR20JE 27K 
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Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix 
Conponent No. Part No. 


Serial /Assembly No. 
Effective Dscont 


Name & Description 


Mfr. 
Code 


Mfr. Part No. 


41 R73R 


391 0917 fin 
Oi.1 VcLf UU 






□ rc cvn rT! m.1 nuui iv n 1 oci./ TP— Tn 
Kto, rAL), rlLn: 1 . /ok Unn, i/o r U. l£3W, IL-I U 


1Q7A1 

iy/ui 


FA/13ni f7QAC 

0U4oUlf\/our 


A1R737 


322-3263-00 






DFQ FYn FTIM-c; ^CY CilM 1°/ n OIJ TP-TP 
Kld , rAU , r 1 Ln . j . JoK Urn , l/o , U . lvi , 1 U— 1 U 


ODo4 D 


npnFD ry afqpp 

UKULK DT UtoLK 


A1R738 


322-3273-00 






Dec cvn ri! m.c Qif hum i°/ n 91.1 tp-tp 
Ktb, rAU, rlLrl. D.olK Urn, i/o,U.£W, IL-IU 


O/DDO 


PDD9P FYC CfOl 

LKd^U rAt bl\ol 


A1 R74? 


399_393F_nn 
OCc. OcOO UU 






RES, FXD, FILM: 2 . 74K OHM, 1%, 0. 2W, TC=T0 


57668 


CRB20 FXE 2K74 


A1 P7A3 
rtlK/ HO 


313_1331 nn 
0J.0~I00J.-UU 






RES,FXD,FILM:330 OHM,5%,0.2W 


57668 


TR20JE 330E 


A1 R744 


399_3n&F nn 

occ 0U0O UU 






DFQ FYn FTIM-7F OHM 1°/ f\ 91./ TP-TA 
KtO, rAU, riLn. / 5 unrl, l/o, U. tW, IL-IU 


O/DDO 


PDR9A FYF 7FFA 
LKDiiU rAt /DtU 


rtlfw 10 


399-393 f_aa 






DFQ FYn FTIM-9 7/1f Ol-lul 1°/ n 9L( TP— Tn 


O/DDo 


PDR9A FYF 9f7/l 
LKdtU rAt ch/ 4 


A1R746 


301-0470-00 






DFC FYn TTIM-^7 nf-iM C / n C3J 


1 Q7A1 

iy/ui 


FAF3PY/17Dnn 1 

0U0OLA4/KUUJ 


A1R747 


322-3193-00 






DFQ FYn FTIM-lk' fiUM 1°/ n 91J TP-Tn 


C7CCQ 


PDR9A FYF 1 fnn 

LKdcU rAt InUU 


A1 D7/1Q 

A1K/ 40 


399 39QQ AH 






RES r FXD, FILM: 10K 0HM r l% P 0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


AiK/ty 


olo-iooo-UU 






RES, FXD, FILM: 33K 0HM t 5%,0.2W 


57668 


TR20JE 33K 


AlK/OU 


"3 1 "5 1 1 ri nn 

olo-liol-Uu 






dtc cvn ct i u . i cn nuu n=/ n oi f 
Ktb.rAUft-lLM^DU Unn , o/o r U . 


O/DDO 


Tnon TC1 enc 


A1 D7F3 
AlK/Oo 


qi 1 oyio nn 








b/boo 


Tnon ic noi//i 
IK^UJL 0*4 


A1R754 


313-1333-00 






dtc cvn CTiu.oof nuM c°/ n oil 


o/obo 


TDon 1C 

I KiiUJh ook 


A1R755 


322-3193-00 






□ ETC CVn CTtM.1l/ nUM 1°/ n 0\( Tr"_Tn 

Kto, rAU, rlLMriN Urim, i^,U.£W, IL=I u 


o/bbo 


LKDiU rXt 1K.UU 


A1 P7F7 

Pills/ Oi 


OI Q_1 1 CI _AA 

olo 1101-UU 






RES, FXD, FILM: 150 OHM,5%,0.2W 


57668 


TR2OJE150E 


AlKOUU 


391 m/7 nn 
OY1-U14/-UU 






RES r FXD,FILM:332 0HM,1%,0.125W ( TC=T0 


07716 


CEAD332R0F 


H1KOU1 


31 1 _993n_nn 

Oil ££_OU UU 






DFQ WAD MnWlifl.) • TDMD £.fY\ HUM 9n°/ n Qn 1 TWFAD 
KtO, VAK p IiUINWW. 1 KrfK,OUU Unrl,ilU/o,U.oU LlntAK 


ti^i / Fn 

1 M40U 


(3FAKI rr Fnn 
brUbU! OUU 


a. ipsa? 


31 1 -993/1 nn 

oil LLo"c UU 






PFQ WAP MnWUAJ-TPMD ^ OHM 9n / n 1 TWFAD 


Tk'l/I Fn 
1 M40U 


urUDUl OK 


A1R804 


313-1151-00 






DFQ FYH FTIM-I^n HMM ^°/ n 91./ 
KLo, rAU, rlLn. 1 jU Unn,o/c,U.£.W 


C7CCQ 
D/OOQ 


Tnon iri cnF 
I KiiUJtlOUt 


A1R805 


311-1242-00 






DFQ \/AD NinWUJ-TDMD 9nnk' Hl-W n 


39QQ7 


33RKY TA7 9A^ 
OOoDA I U/ dU4 


A1 DO AC 
AlKoUD 


399 3yii/i nn 
occ o414 _ UU 






RES, FXD, FILM :200K 0HM,1%,0.2W, TC=T0 


91637 


CCF50G20002F 


ai Rano, 


31 3-1 1 fi -nn 

olo ilOl UU 






RES,FXD,FILM:150 OHM,5%,0.2W 


57668 


TR20JE150E 


fil DQ1 1 
AlKOii 


3m n33i nn 
oui-Uool-UU 






DFC FYn CTIM-33n nUM C?/ n Q,f 
Kto t rAU r r JLm.ooU Unrl , O/o , U . jW 


iy/ui 


cncQPV33nDn i 
OUOOLAOOUKUJ 


A1 DQ1 7 
AlKOl/ 


313 1 90 1 nn 
olo-l££l-UU 






dfc cvn CTiM.9on nuu n ou 


C7CCQ 

o/bbo 


TDon icoonc 
iK^UJtiilUt 


A1R820 


321-0337-00 






DFQ FYn FTIM'31 Kr/ ni-M 1°/ n 1 9FU TP— Tn 
Kto , rAU, r 1 Ln. oi . Oh Um, l/a,U. ItioW, IL-IU 


A771 C 
U//1D 


pFAn3i cm f 
LtAUolbUir 


A1R821 


321-0330-00 






dcc cvn cn u.oc iv nuj i°/ n iocu Tf— Tn 


n771 c 

U//lb 


LtAUdb/Ulh 


A1 DQ90 


399 31 30. nn 

cloy uu 






RES , FXD, FILM: 274 OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 274E 


A1 DS393 

AlKOiiO 


•200 1 no nn 

oYii-olyo-UU 






RES, FXD, FILM: IK 0HM r l%,0.2W, TC=T0 


57668 


CRB20 FXE 1K00 


Hi Koty 


313 1333 nn 
oio-iooo-UU 






DFQ FYn FTIM-33k' ni-fM Q>/ n 0\.l 
Kto, rAU, r iLn.oo(\ Unrl, O/o, U.cw 


b/Doo 


TDOn 1C 331/ 

1 KtUJt ools 


H1KO0U 


311 903/1 nn 
0li-££o4-UU 






DFC \/AD MHMIX/ • TDMD nUM On / n Cl.i 1 TMCAD 

Kto, VAK, INUINWWM KrIK , OK UHn,t:U/c r U.Ow LiNtAK 


Ti/i /i cn 
1 Nl4ou 


brubUI bf\ 


A1R852 


313-1240-00 






dcc cvn CTiu.od nuM c?/ n oil 
Kto,rAU,rlLM:£4 UnM,oA f U.ifW 


57668 


Tnon iTcoyi cn 


A1R853 


313-1240-00 






DFQ FYn FTIM-9/! nWM n 9\./ 
Kto, rAU, rlLn. t4 Unn ( o/o r U.dW 


b/bbo 


TDOn ITCQO/Cn 

1 K.iUJ 1 bod^cU 


A 1 P£tFF 
R1KOD0 


399 39RQ nn 






RES , FXD , FI LM : 1 OK OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 10K0 


AIDOCC 


399-391 n-nn 

Occ. OclU UU 






RES , FXD . FI LM : 1 . 5K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 1K50 




399-393Q~nn 
oll ocoy UU 






DFQ FYn FTIM-3 m V HUM 1°/ n 9IJ Tr~ Tn 
Kto, rAU, riLn. . Ui(\ Urrl, i/o,U.iW, IL-IU 


o/bbo 


rDDon cvr Qi/ni 
LKDiiU rAt oKUl 




31 1 -993/i-nn 

Oil ccOt UU 






RFQ \/AD WnWUJ-TDMD crfcr nHM 9n / n 1 TWFAD 
KLo, vMKJlUINWW. IKrlK,o(\ Unrl , iUA, U . on LllxtAK 


1 K140U 


f^FARI IT Fk" 
brUbUl DK 


A1R900 


322-3097-00 






RFQ FYn FTIM-inn nMM 1°/ n 9U TP— Tn 
r\Lo , talj, r i Ln. iuu unn , 1/0, u . £_w , i u— i u 


O/DDo 


PDR9n FYF 1AAF 
LKDilU rAt iUUL 


A1R901 


322-3197-00 






RF^ FYH FTIM-1 \Y C\VH 1°/ A 9U TP-TA 
f\LO , TAU, r i Lrl. i . IN Unrl, l/o r U. LN , 1 \s- ! U 


O/DDO 


PDR9A FYF 1 k'l A 
LKDtU rAt il\lU 


A1R903 

ri J, i\CJ \JO 


Oiltl OcDO UU 






RES , FXD , FI LM : 4 . 75K OHM , 1% , . 2W, TC=T0 


56845 


ORDER BY DESCR 




313 1 1 9/1 nn 

010 11 t4 _ UU 






RES,FXD,FILM:120K 0HM,5% f 0.2W 


57668 


TR20JE120K 


A1 RQA7 


oi 3_i a~i\ _nn 
010 14/ 1 uu 






RFQ FYn FTI M*47n PIMM F / P 9U 
KtO f TAU , r J. Lrl . f / U Unrl , O/o , U . 


O/DDo 


TD9A IF /17AF 
1 KcUut 4/Ut 




31 c._n3Qp-nn 
010 uoyo uu 






DFQ FYn FTIM-3QM HWM c: / n 
Kto, rAU, r i Lrl. oyn Unn , j/o p U . cOvt 


m 1 91 


PR30KF 

Lboyoo 


A1R912 


313-1822-00 






DFQ FYn FTI M-fl 9f HUM F / n 9U 

Kto , rAU, r 1 Ln . o . ch f Unn , O/o , U . tw 


b/DDO 


TDon ic noi^9 
IKcUJt vohZ 


A1R924 


322-3325-00 






pec cvn FT1M-93 71^ nWM 1°/ A 9U TP— Tn 
Kto , rAU , r i Ln . CO . / 1\ Unrl , l/o , U . cti , IL-IU 


O/DDO 


PDR9n CYT 93f 7 

LKD^-U rAt coKI 


AI DQ3P 

AlKyoo 








RES , FXD, FI LM: 2 . 15K OHM , 1%, . 2W, TC=T0 


57668 


CRB20 FXE 2K15 


AI PQQ7 


399 Q9CQ nn 






RES , FXD, FI LM : 6 . 04K OHM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 6K04 


fil DQ3Q 


Tit; nQ^o nn 






DFC cvn CT 1 M . 3 Of nuM c°/ n OC1 ( 

Kto,rAU r rlLn.o.of\ Unn, b/o, U.<:ow 


C7CC0 

o/boci 


N 1 KdbJ-tUOND 


A1R940 


322-3097-00 






DFQ FYn FTIM-1AA AWM IV n 9U TP— Tn 
Kto, rAU, r I Ln. IUU Unrl, 17o, U. Cri , IL-IU 


C7CCD 


PDP9n cvf 1 aaf 
LKDdU rAt lUUt 


A1R941 


313-1151-00 






RES FXD FILM- ISO OHM S% 2W 


57668 


TR?aiF1 50F 


A1R942 


322-3235-00 






RES , FXD , F I LM : 2 . 74K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 2K74 


A1R943 


313-1151-00 






RES, FXD, FILM: 150 0HM,5%,0.2W 


57668 


TR20JE150E 


A1R944 


322-3097-00 






RES, FXD, FILM: 100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R945 


322-3235-00 






RES,FXD,FILM:2.74K0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 2K74 


A1R946 


313-1221-00 


B010100 


B011085 


RES,FX0,FILM:220 0HM,5%,0.2W 


57668 


TR20JE220E 


A1R946 


322-3193-00 


B011086 


B015823 


RES, FXD, FILM: IK OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R946 


313-1221-00 


B015824 




RES,FXD,FILM:220 OHM,5%,0.2W 


57668 


TR20JE220E 


A1R947 


322-3117-00 






RES, FXD, FILM: 162 0HM,1%,0.2W, TC=T0 


57668 


CRB 20 FXE 162E 
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A1R950 


301-0470-00 




RES,FXD,FILM:47 OHM,5%,0.5W 


19701 


5053CX47R00J 


A1R951 


308-0555-00 




RES,FXD,WW:5 0HM,5%,3W 


00213 


1200S-5.0-5 


A1R952 


322-3085-00 




RES, FXD, FILM: 75 OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 


A1R956 


322-3239-00 




RES,FXD,FILM:3.01K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 3K01 


A1R957 


321-0291-00 




RES,FXD r FILM:10.5K OHM,l%,0.125W,TC=TO 


19701 


5033ED10K50F 


A1R972 


313-1510-00 




RES,FXD,FILM:51 0HM,5%,0.2W 


80009 


313-1510-00 


A1R973 


313-1513-00 




RES,FX0,CMPSN:51K OHM,5%,0.2W 


57668 


TR20JE 51K 


A1R975 


322-3097-00 


B011086 B015823 


RES,FXD,FILM:100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R981 


322-3097-00 




RES, FXD, FILM: 100 OHM|l%!o.2w|TC=TO 


57668 


CRB20 FXE 100E 


A1R982 


321-0103-00 




RES, FXD, FILM: 115 0HM,1%,0.125W,TC=T0 


01121 


RNK1150F 


A1R985 


322-3243-00 




RES,FXD,FILM:3.32K OHM,l%,0.2W,TC=T0 


80009 


322-3243-00 


A1R986 


322-3097-00 




RES, FXD, FILM: 100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R995 


313-1512-00 




RES,FXD,FILM:5.1K 0HM,5%,0.2W 


57668 


TR20JE 5K1 


A1S615 


260-1421-00 




SWITCH, PUSH : 1 BTN.2 POLE, INSTRUMENT ID 


59821 


ORDER BY DESCR 


A1TP800 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ 6LD PL 


22526 


48283-036 


A1U100 


153-2235-03 




MICROCKT, LINEAR: LOW NOISE VERT PREAMP 


80009 


153-2235-03 


A1U110 


156-1245-00 




MICROCKT, LINEAR: 7 XSTR,NPN,SI ,HV/HI6H CUR 


01295 


ULN2003AN-P3 


A1U120 


156-1245-00 




MICROCKT, LI NEAR: 7 XSTR,NPN,SI .HV/HIGH CUR 


01295 


ULN2003AN-P3 


A1U130 


156-1245-00 




MICROCKT, LINEAR:7 XSTR, NPN, SI , HV/HIGH CUR 


01295 


ULN2003AN-P3 


A1U140 


156-0651-00 




MICROCKT, DGTL:8-BIT PRL-OUT SER SHF RGTR 


80009 


156-0651-00 


A1U150 


156-0651-00 




MICROCKT, DGTL.-8-BIT PRL-OUT SER SHF RGTR 


80009 


156-0651-00 


A1U160 


156-1200-01 




MICROCKT, LINEAR :BIFET, QUAD OPNL AMPL , SCRN 


80009 


156-1200-01 


A1U165 


156-2854-00 




MICROCKT, LINEAR:OPNL AMPL QUAD 


80009 


156-2854-00 


A1U170 


156-0513-03 




MICROCKT, LINEAR:CMOS, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 


A1U180 


156-1191-01 




MICROCKT, LINEAR:BIFET, DUAL OPNL AMPL, SCRN 


80009 


156-1191-01 


A1U200 


153-2235-03 




MICROCKt!lINEAR:LOW NOISE VERT PREAMP 


80009 


153-2235-03 


A1U300 


155-0238-00 




MICRXKT,LINEAR:TRIGGER PREAMP 


80009 


155-0238-00 


A1U350 


156-1191-01 




MICROCKt[lINEAR:BIFET,DUAL OPNL AMPL, SCRN 


80009 


156-1191-01 


A1U400 


155-0236-00 




MICROCKT, LINEAR: VERTICAL CHANNEL SWITCH 


80009 


155-0236-00 


A1U450 


156-0158-07 




MICROCKT, LI NEAR: DUAL OPNL AMPL, SCREENED 


01295 


MC1458JG4 


A1U475 


156-0048-00 




MICROCKT, LINEAR:5 XSTR ARRAY 


02735 


CA3046 


A1U485 


156-0048-00 




MICROCKT, LINEAR:5 XSTR ARRAY 


02735 


CA3046 


A1U500 


155-0239-02 




MICROCKT, LI NEAR: TRIGGER 


80009 


155-0239-02 


A1U550 


156-0048-00 




MICROCKT, LI NEAR: 5 XSTR ARRAY 


02735 


CA3046 


A1U600 


155-0237-00 




MICROCKT, LINEAR:VERTICAL OUTPUT 


80009 


155-0237-00 


Ail if r~ r\ 

A1U650 


155-0244-01 




MICROCKT, DGTL:SYSTEM LOGIC INTERFACE 


31471 


M 217 


A1U700 


155-0240-00 




MICROCKT, LINEAR:SWEEP 


80009 


155-0240-00 


A1U735 


156-0048-00 




MICROCKT, LINEAR: 5 XSTR ARRAY 


02735 


CA3046 


A1U800 


155-0241-02 




MICROCKT, DGTL: HORIZONTAL AMP SYS 


80009 


155-0241-02 


A1U850 


156-0515-00 




MICROCKT, DGTL:CM0S, TRIPLE 2-CHAN MUX 


02735 


CD4053BF 


A1U860 


156-0515-00 




MICROCKT, 0GTL:CM0S, TRIPLE 2-CHAN MUX 


02735 


CD4053BF 


A1U900 


155-0240-00 




MICROCKT, LINEAR:SWEEP 


80009 


155-0240-00 


A1U910 


156-1191-01 




MICROCKT, LINEAR:BIFET, DUAL OPNL AMPL, SCRN 


80009 


156-1191-01 


A1U950 


155-0242-01 




MICROCKT, LINEAR:Z AXIS AUTOFOCUS 


80009 


155-0242-01 


A1U975 


160-5062-00 


B010100 B011085 


MICROCKT , DGTL : STTL , DECA 20 INP AND/OR PLD 


80009 


160-5062-00 


A1U975 


160-5062-01 


B0U086 B015823 


MICROCKT , DGTL : STTL , DECA 20 INP,PRGM 


80009 


160-5062-01 


A1U975 


160-5062-00 


B015824 


MICROCKT, DGTL: STTL, DECA 20 INP AND/OR PLD 


80009 


160-5062-00 


A1U980 


156-1611-01 




MICROCKT, DGTL:ASTTL, DUAL D-TYPE FF 


80009 


156-1611-01 


AHJ985 


156-0341-00 




MICROCKT, DGTL:DUAL 2-INP OR DRIVER 


07263 


75453BTC 


A1VR112 


152-0166-00 




SEMICOND DVC, DI :ZEN , SI , 6 . 2V , 5%, 400MW, DO-7 


04713 


SZ11738RL 


A1VR125 


152-0166-00 




SEMICOND DVC, DI :ZEN , SI , 6 . 2V, 5%, 400MW, DO-7 


04713 


SZ11738RL 


A1VR152 


152-0236-00 




SEMICOND DVC,DI:ZEN,SI,12.5V,4%,0.4W,DO-7 


04713 


SZ13553RL 


A1VR225 


152-0166-00 




SEMICOND DVC, DI :ZEN , SI , 6 . 2V, 5%, 400MW, DO-7 


04713 


SZ11738RL 


A1VR550 


152-0195-00 




SEMICOND DVC, DI : ZEN , SI , 5 . IV , 5%, 0. 4W, DO-7 


04713 


SZ11755RL 


AlWlOl 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 OD X 0.225 L 


24546 


OMA 07 


AM 03 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 OD X 0.225 L 


24546 


OMA 07 


AlWIM 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 OD X 0.225 L 


24546 


OMA 07 
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Z465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assenfcly No. 


Ccnponent No. 


Part No. 


Ef fecti ve Dscont 


ah n ae 


131-0566-00 




a 1 1.(1 nc 
AlwiUb 


195-6500-02 




A 1 LM A7 


195-6500-02 




A1W108 


195-6500-02 




A1W109 


131-0566-00 




A1U1 90. 
AiWltU 


iol-tJobo-OU 




rtlWiCl 


17C ACQ A A 1 




fl1W1 00 


1 7C A CO.Q AA 




tt±WJ.Hj. 


17/1 aqqe: a a 
1/4 Uooj-UU 




AM 51 


131-0566-00 




A1W160 


131-0566-00 




A1W500 


131-0566-00 


B010100 B015823 


AJ.WD1U 


101 aeicc aa 

131-0566-00 




AlwooU 


101 nccc AA 

loi-Ubbb-OO 




A 1 1,/Q 1 Q 


1 AC OAA1 A1 




flll.(Q1Q 

Aiwyiy 


1 AC OAA 1 A 1 

195-3991-01 




A1XU100 


136-0763-00 




A1XU119 


136-0728-00 






1 OC A.OCO A7 




nj.AUt.Uu 


100 U/ DO UU 




A1XU300 


136-0764-00 




A1XU400 


136-0763-00 




A1XU500 


136-0764-00 




A1XU600 


136-0764-00 




A1XU650 


136-0757-00 




A1XU700 


136-0764-00 




A1XU900 


136-0764-00 




A1XU950 


136-0764-00 





Name & Description 



Mfr. 




Coos 


Mfr Part Nn 


24546 


0MA 07 


TK1544 


195-6500-02 


TK1544 


195-6500-02 


TK1544 


195-6500-0? 


24546 


OMA 07 


24546 


0MA 07 


80009 


175-4594-01 


80009 


175-4598-00 


80009 


174-0385-00 


24546 


0MA 07 


24546 


0MA 07 


24546 


0MA 07 


24546 


0MA 07 


24546 


0MA 07 


80009 


195-3991-01 


80009 


195-3991-01 


00779 


ORDER BY DFSCR 


09922 


DILB14P-108 


22526 


ORDER BY DESCR 


00779 


ORDER BY DESCR 


00779 


ORDER BY DESCR 


00779 


ORDER BY DESCR 


00779 


ORDER BY DESCR 


00779 


ORDER BY DESCR 


09922 


DILB40P-108 


00779 


ORDER BY DESCR 


00779 


ORDER BY DESCR 


00779 


ORDER BY DESCR 



BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 

LEAD, ELECTRICAL: 22 AWG,1.75 L.9-N 

LEAD, ELECTRICAL: 22 AWG,1.75 L.9-N 

LEAD, ELECTRICAL.-22 AWG.1.75 L,9-N 

BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 

BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 

CA ASSY,SP,ELEC:6,22 AW6.5.25 L 

CA ASSY,SP,ELEC:8,26 AWG,7.0 L, RIBBON 

CA ASSY,SP,ELEC:5,22 AW6,2.6 L,9-N 

BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 

BUS , CONDUCTOR : DUMMY RES, 0.094 OD X 0.225 L 

BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 

BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 
BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 
LEAD, ELECTRICAL: 22 AM3,3.5 L,0-N 
LEAD, ELECTRICAL: 22 AWQ.3.5 L,0-N 
SKT.PL-IN ELEK:26 LINE CONT IMPD HYBRID 
SKT,PL-IN ELEK:MICR0CKT,14 CONTACT 

SOCKET, PIN TERM:U/W 0.025 SQ PIN 
(QUANTITY OF 16) 



SKT.PL-IN ELEK 

SKT.PL-IN ELEK 

SKLPL-IN ELEK 

SKT,PL-IN ELEK 

SKT,PL-IN ELEK 

SKT.PL-IN ELEK 
SKT.PL-IN ELEK 
SKT.PL-IN ELEK 
SKT,PL-IN ELEK 



26 LINE CONT IMPD HYBRID 

48 LINE CONT IMPD HYBRID 

26 LINE CONT IMPD HYBRID 

48 LINE CONT IMPD HYBRID 

48 LINE CONT IMPD HYBRID 

MICR0CIRCUIT,40 DIP 
48 LINE CONT IMPD HYBRID 
48 LINE CONT IMPD HYBRID 
48 LINE CONT IMPD HYBRID 
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8-17 



2465B Replaceable Electrical Parts 
2465B/2467B Service 



Conponent No. 



Tektronix 
Part No. 



Serial /Assent! y No. 
Effective Dscont 



Name & Description 



Hfr. 
Code 



Mfr. Part Ho. 



A2 



672-1037-12 



CIRCUIT BD ASSY:LV PWR SPLY MODULE 



80009 672-1037-12 



A2E10 
A2F90 
A2S90 



276-0525-00 
159-0021-00 
260-1967-00 



CORE , EM : T0R0I D, FERRITE 01121 T037C351A 

FUSE,CARTRIDGE:3AG,2A,250V,FAST BLOW 71400 AGC-CW-2 

SWITCH,SLIDE:DPDT 5A/250V 10A/125V MKD TK0935 4021.0512 
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REV SEP 1989 



2465B 



Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assent! y No. Hfr. 



Ccnponent No. 


Part No. Effective Dscont 


Name & Description 


Code 


Hfr. Part No. 


A2A1 




rTRPIITT Ftn A^Y-PF^IN ATOP 










f AVA T 1 ARI F AT THF R79-1037-YY ! F\/Fl flMI 






A2A1C1016 


285-1 ???-oo 


Lnr, rAU, rLno I iu , U . UDOUr , t.wo , cOUv 


J-JlLL. 


TS/ 0fifi/M/? c i0/H 


A2A1C1018 


285-1222-00 


CAP, FXD, PLASTIC : . 068UF , 20%, 250V 


55112 


158/.068/M/250/H 


A2A1C1208 


281-0775-01 


CAP.FXO.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A2A1C1220 




PAP FXD F! PUT* WMF 4-100-10°/ 100V 

Lnr, rAL», LLL> 1 L 1 . lUUl ,~iUU lU/o, 1UUV 


•JULOC 


R7?H1 0RH1 00PR9P 


A2A1C1222 

nLn ± v± L, L. L, 


281 -0783-00 


TAP FYO PFR DT-0 1 IIF ?0°l 100V 
Unr , rAU, uLt\ Ul . U. i Ur cU/a , 1UUV 


\JHCCC 


MA401P1 04MAA 
rlntUlLIU^lnn 


r\ Cn J. \j J. C C \J 


?R1 -07Q1 -on 

t-Ol U/ CJl uu 


PAP FYn PFE? nT-970PF 10°/ 100V 
L-Hr, rAU r ULK UI . Cf Ur r , lU/o , 1UUV 


uHCcc. 


MA101P971k'AA 
rinlUILc/ INMn 




C.3U u^/jj UU 


PAP FYn FIPTIT-10IIF 4-100-10°/ 100V 


C1R9RQ 


R7?m ORH1 OOPR?P 
0/ cUIUDnlUULutL 


A2A1C1245 


281-0783-00 


CAP,FXD,CER DI:0.1 UF 20%,100V 


04222 


MA401C104MAA 


A2A1C1246 


281-0791-00 


CAP.FXD.CER DI:270PF,10%,100V 


04222 


MA101C271KAA 




9Qn-0Q4?-nn 


LAr, rAU, tLCI LI - IwUr ,+IUU-lu7o,(:3V 


ooboU 


1 1DA1 ci m UAUI 

UrAltlUlnAn 


A?A1P1?fi1 


?8i -0773-nn 

cOl U/ / O UU 


PAP FYn PFD OT-0 01 1 IF 10°/ 1 0n\/ 


n/1999 


Mfl9mPi n^i^flfi 
MAdUlL 1 UoInAA 


a?aici?7o 


-07Q1 -oo 

L.OI U/C71 uu 


PAP FYn PFP nT-970PF 10°/ 100\/ 




Mfl.1 01P?71 k'fi.A 


A?A1C1?7? 


lOI u/ / *+ uu 


PAP FYn PFP nT*0 099MFT1 90°/ 100\/ 


0499? 
KJHl.CC 


MA901 F?9^MAA 
rlHcUlCccOrlnn 


A2A1C1274 


290-0778-00 


CAP , FXD, ELCTLT : 1UF , 20% , 50V , N PLZD 


54473 


ECE-A50N1 


A2A1C1280 


290-0942-00 


CAP, FXD, ELCTLT: 100UF, +100-10%, 25V 


55680 


UPA1E101MAH 


A2A1C1290 


281-0775-01 


TAP FXO TFR ni-n 1I1F ?(?/. 50V 


04??? 


SA105F104MAA 


A2A1C1291 


ecu V// / u uu 


TAP FXn FITTIT-1IIF ?ny ROV MPI 7D 


R447? 


FPF-A'iONI 


A2A1C1292 


?qn-0778-oi 


PAP FXD FIPTIT-1IIF +20°/ 50V 


55680 


IIFR1H010MAATTO 

ULuinuxui InMi I u 


A2A1C1300 


290-0942-00 


CAP FXD Fl m T- 100UF +1 0D-1 0% 25V 




IIPA1F101MAH 

L*mj. 1 LUlllnl 1 


A2A1C1330 


290-0942-00 


CAP, FXD, ELCTLT: 100UF,+100-10%,25V 


55680 


UPA1E101MAH 


A2A1C1331 


281-0775-01 


CAP,FXD r CER 01:0.11^,20%, 50V 


04222 


SA105E104MAA 


A?Airn5o 


ljU UCJHl. UU 


PAP FYD Fl PTI T- 1001 IF +100-10°/ 
Unr ( rAU, CLL- 1 L I . lUUUr ( TiuU IU/o f C Dv 


OODOU 


IIPA1 F1 01MAH 
UrnlClUlrlnn 


A2A1C1357 


?ci -o77vno 

L.QJ. V/ / O 


pap FYn pfr m-n on if io°/ mov 

Unr p rAU, OLf\ Ul . U . UlUr , IU/o, 1UUV 


04??9 

UHCCC 


MA901P103KAA 

1 w ]nC U 1 L/ 1 UO i\Hn 


A?A1P1^74 


?qi -n7Qi -fin 

COL U/C>i UU 


PAP FYn PFP nT-970PF 10°/ 1001/ 
L-Mr,rAU f LtK Ul .c/Urr , IU/o, 1UUV 


04999 


Mfi1 01P971 k'Afl 
nAiUlLc/ 1I\AA 


a?aipi4oo 

rtL\nl L«±*tUU 


90,0-00.43-09 


pap ryn fiptit-/7iif on / 9R\; 

LAr, rAU, tLul LI . 4/Ur , cU/o, £DV 


OOdoU 


I i\! Y 1 M 7nMA fl 1 TH 
UvAlL4/UnAAi 1 U 


A2A1C1402 


290-0943-02 


CAP, FXD , ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A2A1CR1011 


152-0750-00 


SEMIC0ND DVCDI :RECT, BRIDGE, SI, 600V.3A 


05828 


RKBPC606-12 


rt£.rtlV^t\l£.dU 


1 rp-oorr-oo 

IDC UUUU UU 


^FMTrnNn n\/p ot-pfpt aoov ia no_/n 

OC.nl LUINU UVL, Ul .KLLI , ol r 4UUV , 1A P UU-41 


nRQ9Q 
UOOdo 


f^P1 OC-090 


A?A1TR1??1 

rt£.rtiuf\l£cl 


1 r?-oorr-oo 

Ijl UUDD UU 


'sFMTpnwn nup nt-PFPT qt 4onu ia no 41 

jtnlLUI'fU UVL , Ul .KtL 1 , 1 , H UUV , 1A, uu-41 


nco9Q 
VDOCO 


epi nr; non 
Urluu UdU 


A2A1CR1241 


i ^-oorr-oo 

1 Jl UUDD UU 


<sFMTPnwn n\/p m-PFPT ■sT aoo\/ ifi nn-Ai 

OLHlLUnU UVL, Ul • f\L.L 1 , J I , 4UUV , Itt , UU Hi 


UDDtu 


drlULnucU 


A2A1CR124? 


1 s?-oofiR-nn 

l-JL UUDD UU 


■sFMTPnwn nvp m-PFPT 4oo\/ ia nn-41 

OnnlLUliu UVL, Ul . v\ZXj I , Jl , 4UUV , In, UU HI 




r;pi OA- 090 


A2A1CR1243 


152-0066-00 


SEMICOND DVC , DI : RECT , S I , 400V , IA , DO-41 


05828 


GP10G-020 


A2A1CR1244 


152-0066-00 


SEMIC0ND DVC,DI : RECT, SI ,400V , IA, DO-41 


05828 


GP10G-020 


A2A1CR1 2R0 




^FMTPHNn nyp ot-pfpt aoov ia nn-41 

JLnlUUIIU UVL. , Ul . r\CL. 1 , j I r hUUV , In , UU Hi. 


vooco 


API 01^-090 


A2A1CR1261 


1 52-OORfi-OO 


^FMTPONn nVP m-RFPT AOOy 1A 00-41 

OLXI1UUHU UVL ( Ul.t\LLI , J 1 , tUUV , Irt , UU Hi. 


0^9^ 


API OA- 090 
urlUU Uiiu 


A2A1CR1262 




^FMTpnNn nvp m-sw ^ou i^oma ^ou no-^^ 


uoouo 


nA9^?7 f1W41R?^ 


A2 A ICR 1263 




^FMTpnwn [wp ni-Qu <sT ^ou iroma 30\/ nn-^R 

OLHlLUI'iL/ UVL, Ui .OW ,01, OUV , 1 JUrln,OUV , UU JJ 


uoouo 


Fifl'?^'?! ( 1W41 R9^ 
UnCDCf \il\mDC) 


A2A1CR1264 


152-0141-02 


SEMICOND DVC,DI:SW,SI,30V,150MA,30V,D0-35 


03508 


DA2527 (1N4152) 


A2A1CR1281 


152-0141-02 


S EMIC0ND DVC , DI : SW , S 1 , 30V , 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


A2A1PR198? 


1S9-0141-0? 

XOL. U1*t± UL. 


^FMTPONn n\/p ni-<;u <u ^o\/ i^oma ^ou nn-^R 

OCrilLUliU UVL, Ul . On , 01 , OUV , lOUrin , OUV , UU Do 


uoouo 


nfl9^97 (1N4m9l 
uRcDC/ \lviH IDC. } 


r\L.n± Lif\ 1 C OO 


1 ^-oorr-oo 

IJl UUDD UU 


^FMTPOWn n\/P nT-PFPT 400W 1fl nn yi 1 
OLnlLUnU UVL, Ul . KLL l,OI, nUUV , In, UU Hi 


ncooQ 
UoOdo 


adi ha n9n 

brlUb UtlU 


a,?Aippi ?qo 


1 ^7-01 41 -09 


ccMTfnMn nur nr . cu c t ■snw i cnMA Qn\/ nn oc 
otnlLUliU UVL,U1 . OW, ol ,oUV , loUPIft, oUv , UU-oo 


Uoouo 


riA9C97 flM>i1C9\ 

UfKCDC/ {iHhLdc} 


A9A1PR1 ?Q4 

rttHJ. L»F\ J. COH 


1 R9-01 41 -09 
lOt Uitl \JC 


CFMTpnwn n\/p nT-cu qt *5nw mnMA ^n\/ nn 

OLnlLUliU UVL, Ul . oW, ol , OUV , loUnn, OUV f UU OO 


Uoouo 


UAiCOc/ i LYiHlDC } 


A2A1CR1295 


152-0141-02 


SEMICOND DVC , DI : SW , SI , 30V , 1 50MA , 30V , D0-35 


03508 


DA2527 (1N4152) 


A2A1CR1300 


152-0141-02 


SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, D0-35 


03508 


DA2527 (1N4152) 


rtcrtlUvlOUl 


lot. Ulfl Lie 


QFMTPnMn n\/r m-cu c;t ^nv/ it;nMa ^nw nn 

otnlLUINu UVL,U1 . oW, Ol ,oUV , IoUnA,oUV ,UU OO 


Uoouo 


nfl9^97 MM/11^9^ 
UAcOil/ !, LriHiDc} 


A? A 1 PR 1 W 


1 R?-ni4i-o? 

IJi. Ul'+l Ut 


OLrllLUMU UVL , ul . OW ,01, OUV , lOUrln, OUV , UU OO 


UOOUO 


0fl9^97 f 1 W4 1 Ci9^ 
URcDC f ^UMiO^J 


A2A1CR1303 


152-0066-00 


SEMICOND DVC, DI : RECT , S I , 400V , IA, DO-41 


05828 


GP10G-020 


A2A1CR1330 


152-0056-00 


SEMICOND DVC , D I : RECT ,SI ,400V, IA, DO-41 


05828 


GP10G-020 


A2A1CR1331 


152-0066-00 


SEMICOND DVC , D I : RECT , S I , 400V , IA , DO-41 


05828 


GP10G-020 


A2A1CR1332 


152-0066-00 


SEMICOND DVC, DI:RECT, SI, 400V, IA, DO-41 


05828 


GP10G-020 


A2A1CR1334 


152-0066-00 


S EM I C0ND DVC , D I : RECT , S 1 , 400V , IA , D0-4 1 


05828 


GP10G-020 


A2A1CR1351 


152-0066-00 


SEMICOND DVC , D I : RECT , S I , 400V , IA , D0-4 1 


05828 


GP10G-020 


A2A1CR1376 


152-0141-02 


SEMICOND DVC.DI :SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 (1N4152) 


A2A1E1001 


119-0181-00 


ARSR,ELEC SURGE: 230, GAS FILLED 


25088 


B1-A230 


A2A1E1002 


119-0181-00 


ARSR.ELEC SURGE: 230, GAS FILLED 


25088 


B1-A230 
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2465B Replaceable Electrical Parts 
2465B/24678 Service 



Tektronix Serial /Assembly No. Kfr. 
Carpanerrt No. Part No. Effective Oscont Name & Description Code Hfr. Part No. 



A2A1F1330 


159-0295-00 


FUSE, CARTRIDGE: 5 X 20MM,125V,1AMP 


TK0946 


TSC-1 


A2A1J121 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GL0 PL 


22526 


48283-036 






(QUANTITY OF 6) 






A2A1J122 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 






(QUANTITY OF 7) 






A2A1J201 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GL0 PL 


22526 


48283-036 






(QUANTITY OF 4) 






A2A1J202 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 






(QUANTITY OF 4) 






A2A1J203 


131-2925-00 


C0NN,RCPT,ELEC:CKT BD,1 X 6,0.2 SPACING 


27264 


10-10-1064 


A2A1J204 


131-1048-00 


TERM.QIK DISC.:CKT BD MT,0.11 X 0.02 BL 


00779 


61134-1 


A2A1J205 


131-1048-00 


TERM.QIK DISC.rCKT BD MT,0.11 X 0.02 BL 


00779 


61134-1 


A2A1J206 


131-1048-00 


TERM.QIK DISC.:CKT BD MT,0.11 X 0.02 BL 


00779 


61134-1 


A2A1J207 


131-1048-00 


TERM.QIK DISC.rCKT BD MT,0.11 X 0.02 BL 


00779 


61134-1 


A2A1J208 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A2A1L1011 


108-0473-00 


C0IL,RF:FIXED,174UH 


TK2042 


ORDER BY DESCR 


A2A1L1012 


108-0473-00 


C0IL,RF:FIXED,174UH 


TK2042 


ORDER BY DESCR 


A2A1L1402 


108-0443-00 


C0IL,RF:FIXED,23.5UH 


80009 


108-0443-00 


A2A1P208 


131-3957-00 


BUS, CONDUCTOR: SHUNT ASSEMBLY, BLACK 


80009 


131-3957-00 


A2A1Q1220 


151-0497-00 


TRANSISTOR 


NPN,SI,T0-220 


80009 


151-0497-00 


A2A1Q1221 


151-0347-00 


TRANSISTOR 


NPN, SI, TO-92 


04713 


SPS7951 


A2A1Q1222 


151-0347-00 


TRANSISTOR 


NPN, SI, TO-92 


04713 


SPS7951 


A2A1Q1223 


151-0347-02 


TRANSISTOR 


NPN, SI, TO-92 


56289 


CT7916 


A2A1Q1240 


151-0464-00 


TRANSISTOR 


NPN.SIJO-220 


80009 


151-0464-00 


A2A1Q1241 


151-0347-00 


TRANSISTOR 


NPN, SI, TO-92 


04713 


SPS7951 


A2A1Q1243 


151-0347-02 


TRANSISTOR 


NPN, SI, TO-92 


56289 


CT7916 


A2A1Q1245 


151-0347-00 


TRANSISTOR 


NPN, SI, TO-92 


04713 


SPS7951 


A2A1Q1280 


151-0476-00 


TRANSISTOR 


NPN.SIJO-220 


80009 


151-0476-00 


A2A1Q1281 


151-0347-02 


TRANSISTOR :NPN, SI. TO-92 


56289 


CT7916 


A2A1Q1290 


151-1059-00 


TRANSIST0R:FET,N-CHAN,30MW,T0-92 CASE 


04713 


ORDER BY DESCR 


A2A1Q1300 


151-0482-00 


TRANSIST0R:PNP,SI,T0-220 


04713 


SJE1977 


A2A1Q1301 


151-0342-00 


TRANSIST0R:PNP,SI,T0-92 


07263 


S035928 


A2A1Q1351 


151-0429-00 


TRANS I STOR : DARL INGTON , PNP , S I , TO- 1 26 


80009 


151-0429-00 


A2A1Q1354 


151-0342-00 


TRANSISTOR: PNP, SI, T0-92 


07263 


S035928 


A2A1Q1370 


151-0341-00 


TRANSISTOR:NPN,SI,TO-106 


04713 


SPS6919 


A2A1Q1376 


151-0341-00 


TRANSIST0R:NPN,SI,T0-106 


04713 


SPS6919 


A2A1R1010 


301-0150-00 


RES,FXD,FILM:15 0HM,5%,0.5W 


19701 


5053CX15R0OJ 


A2A1R1011 


315-0560-00 


RES, FXD, FILM: 56 OHM,5%,0.25W 


57668 


NTR25J-E56E0 


A2A1R1012 


315-0560-00 


RES, FXD, FILM: 56 OHM,5°/.,0.25W 


57668 


NTR25J-E56E0 


A2A1R1013 


315-0683-00 


RES,FXD,FILM:68K OHM,5°/.,0.25W 


57668 


NTR25J-E68K0 


A2A1R1014 


313-1363-00 


RES,FXD,FILM:36K OHM,5%,0.2W 


57668 


TR20JE 36K 


A2A1R1015 


313-1363-00 


RES,FXD,FILM:36K 0HM,5%,0.2W 


57668 


TR20JE 36K 


A2A1R1016 


301-0680-00 


RES, FXO, FILM: 68 0HM,5%,0.5W 


19701 


5053CX68R00J 


A2A1R1017 


315-0474-00 


RES,FXD,FILM:470K 0HM,5%,0.25W 


19701 


5043CX470K0J92U 


A2A1R1018 


301-0300-00 


RES,FXD,FILM:30 0HM,5%,0.5W 


19701 


5053CX30R0OJ 


A2A1R1019 


301-0150-00 


RES,FXD,FILM:15 0HM,5%,0.5W 


19701 


5053CX15R00J 


A2A1R1204 


313-1103-00 


RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A2A1R1208 


313-1201-00 


RES, FXD, FILM: 200 0HM,5%,0.2W 


57668 


TR20JE20OE 


A2A1R1212 


313-1393-00 


RES,FXD,FILM:39K 0HM,5%,0.2W 


57668 


TR20JE 39K 


A2A1R1220 


304-0822-00 


RES,FXD,CMPSN:8.2K OhW,10%,lW 


01121 


GB8221 


A2A1R1221 


315-0100-02 


RES,FXD,CMPSN:10 OHM,5%,0.25W 


01121 


CB1005 


A2A1R1222 


313-1102-00 


RES, FXD, FILM: IK 0HM,5%,0.2W 


57668 


TR20JE01K0 


A2A1R1223 


313-1823-00 


RES,FXD,FILM:82K OHM,5%,0.2W 


57668 


TR20JE 82K 


A2A1R1226 


313-1472-00 


RES,FXD,FILM:4.7K 0HM,5%,0.2W 


57668 


TR20JE 04K7 


A2A1R1227 


321-0634-00 


RES , FXD, FI LM : 84 . 65K OHM , . 25% , . 125W , TC=T2 


19701 


5033RC84K65C 


A2A1R1228 


321-0293-03 


RES, FXD, FILM: 11. OK OHM,0.25%,0.125W,TC=T2 


24546 


NC55C1102C 


A2A1R1229 


313-1683-00 


RES,FXD,FILM:68K 0HM,5%0.2W 


57668 


TR20JE 68K 


A2A1R1240 


303-0202-00 


RES,FXD,CMPSN:ZK 0HM,5%,1W 


01121 


GB 2025 
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Z465B 



Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 




Ccnponent No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A2A1R1241 






dfc cvn pmdcm . ? q hum c°/ n oci.i 


A1 1 91 


Uj 3965 


A2A1R1242 


313-1152-00 




e\lo r rAU, ri t_n . 1 . or*, un*!, 3/o,u.cw 


C7CCQ 


I KiUJtUlKb 


A2A1R1243 


313-1393-00 

Jlu iuv<J vu 




r\Lo r rAU, rlLr!.*3yis. Unr],3/o,u.£W 


C7CCO 
O/DDO 




A2A1R1244 


313-1104-00 




RES, FXD, FILM: 100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A2A1R1246 


313-1472-00 




RES,FXD,FILM:4.7K 0HM,5%,0.2W 


57668 


TR20JE 04K7 


A2A1R1247 


321-0388-00 




DFC cyr ttim-rk Gk' nuw 1°/ n i9cu tp— tp 

Kto, rAU, riLM.OO.ON Urn, i/o,U. IlOW, il^ I u 


u7/lb 


nr« ncp rm r" 

CEAD66501F 


A2A1R1248 


321 -0319-00 

OLl UJiCJ \J\J 




dcc rvn ni u.on cam iv a iocu tp_ta 
KCD, rAU, r J.LM. £U.ON UHM , i/o, U. IciOW, ! U=l U 


19701 


5033ED20K50F 


A2A1R1249 






DCC CVn CTIM.,fl7L< HUM C°/ P, Ol ( 


57668 


TR20JE 47K 


A2A1R1261 


3?1-0?RQ-flO 






19701 


5033ED10K0F 


A2A1R1262 


321-0318-00 




RES , FXD, FI LM : 20 . OK OhM.1%,0. 125W JC=T0 


19701 


5033ED2OKO0F 


A2A1R1264 


313-1473-00 




RES,FXD,FILM:47K 0HM f 5%,0.2W 


57668 


TR20JE 47K 


A2A1R1270 


OlO itO£ uu 




dcc cvn ctiu./i nuM c°/ r\ on 
Kto, rAU, rll_M:4.0N Unn ( o/o f U.ciW 


57668 


TR20JE 04K3 


A2A1R1273 


31 3-1 473-00 




DCC CVn CTIM./t?!/ OLIIJ ccy a ou 


57668 


TR20JE 47K 


A2A1R1274 


31 3-1 683-00 




PFQ CYn CTfM-Rfllc' P.MM l^ / A 9U 
KLo, rAU,rlLrl.UON Unr1 t 07i>rU. l cW 


57668 


TR20JE 68K 


A2A1R1280 


•3(13-0470-00 




DCC CYn PMDCM. Al HUM C / 1 LI 
KLo, rAiJ ( U v lrjN.4/ Unn r O/e f lW 


01121 


GB4705 


A2A1R1281 


308-0839-00 




RES P FXD t WW:0.1 OHM r 5% r 1.0W 


75042 


BW-20-R1000J 


A2A1R1282 


313-1102-00 




RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01KO 


A2A1R1283 


313-1103-00 




RF^ CYn PTIM-ink' OHM £?/ fl 9SJ 
i\Lj, rAU, r lLrl. IUN Um,D/o,U.c.W 


o/bbo 


TDOA 1C1 Al/A 


A2A1R1284 


321-0318-00 




i\E.O, rAU, r 1 Uu. cU . UN Url™ r i/o, U . IcOW , 1 L— 1 U 


1 Q7P1 

iy/ui 


caq q cnont'AAC 
ouootUciUNUur 


A2A1R1285 


321-0318-00 




rf^ ryn FTiM*?n cue ni-w 1 / n iocaj tp-to 


1 Q7P1 

iy/ui 


c: AQ 3 CnOAfAAC 

oUootUtcUNUUr 


A2A1R1286 


313-1243-00 




i\Lj , tau , r i u i ■ lti\ unn , o/o , u . dw 


QAAAQ 

ouuuy 


919 19/19 nn 
Oio-i(i4o-UU 


A2A1R1287 


313-1472-00 




RES,FXD,FILM:4.7K 0HM,5%,0.2W 


57668 


TR20JE 04K7 


A2A1R1291 


321-0334-00 




RES . FXD , FI LM : 29 . 4K Offl , 1% , . 1 25W , TC=T0 


07716 


CEAD29401F 


A2A1R1292 


Oil llJO UU 




DFC UflD NPiNUU-TDMD lie' HUM OA / n CM 
KLo, VMK, INUmWW. IKnK f iN UrFI , £U7o f U . DW 


I K14bU 


bhUbvl i K UHM 




oci uooy uu 




D cc cv n c t I m . n ov nuu 1 °/ n 1 o ci i tp ta 


19701 


5043ED9K600F 


A2A1R1294 

nC.nl f\X CJH 


31 3-1 in3-nn 




□cc cvn CTiu.mf a.um cv a. oi/ 


57668 


TR20JE10K0 


ncrtj. r\i c. J 


31 3-1 in^-An 




dcc rvn ctiu.iai/ nuu cv n o\f 
Kto,rAU f ril_M:lUN Uhrl , o/o p U . ciW 


57668 


TR20JE10K0 


A2A1R1296 


313-1103-00 




RES, FXD, FILM; 10K OHM,5% ( 0.2W 


57668 


TR20JE10KO 


A2A1R1297 


322-3289-00 




RES,FXD,FILM:10K OHM,l% ( 0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A2A1 R1 298 

nc.ni t. cu 


OLC OCf D UU 




DCC CYn CTIM.7 1 PiUM 1°/ P. QW TP— TA 


57668 


CRB20 FXE 7K15 


A2A1R1299 






dfc cvn cti M-O'^nic' c. / n ou 


57668 


TR20JE 220K 


A2A1R1300 


303-0470-00 

JUO U4/ U UU 




DFC CYH PMDCM- /1 7 HUM C / 11 f 


01121 


6B4705 


A2A1R1301 


308-OR39-00 

\J UO UOOC3 UU 




pcc cvn \./u-n 1 pj-im t?/ 1 pl/ 

KLo, rAU, WW . U. i UrFl, O/o, 1 . UW 


75042 


Dl 1 OA n 1 AAA 1 

BW-ZO-KlUOQJ 


A2A1R1302 


313-1102-00 




RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01K0 


A2A1R1304 


313-1243-00 




RES,FXD,FILM:24K OHM,5%,0.2W 


80009 


313-1243-00 


A2A1R1305 


321 -028Q-0R 

□ CI UtOcl UO 




DFC CYn CTIM-in AV PAAA A OC°/ A 10CW TP TO 

Ktb, rAU, rILn. IU.Un UMM, U. cio/o r U. Lcbvi, IL=iy 


19701 


5033RE10K00C 


A2A1R1306 


321-0318-03 




RFC; pyn FTiM-^n ni^ ni-w n i*?^ a / n t?cl/ tp-t? 

t\Lo, rAU, rlLH. CV. UN Um, U. ltiD/o,U. ItDW, IU~ltC 


iy/ui 


C A9 9 HP 9 AI/AAP 


A2A1R1307 


313-1472-00 




RFC, cvn CTIM-/1 Tk' OHM PV n'ou 
KLj, rAU, rILn.'f . /N Unrl, O/o, u. tw 


C7CCO 


TnoA ir a/ii^7 

IR20JE 04K7 


A2A1R1309 


JlJ Illl UU 




DFC CYn CTIM-9 9¥ PUM P 91J 
KLD, rAU, riLn. 6 . cK Unn , D/o , U . ON 


C7CCO 

b/bb8 


TR20JE 02K2 


A2A1R1331 


321-0685-00 




RES , FXD, FI LM : 30K OHM , . 5% , . 125W, TOT2 


19701 


5033RC30KOOD 


A2A1R1332 


321-0318-03 




RES,FXD,FILM:20.0K 0HM,0.125%,0.125W,TC=T2 


19701 


5033RC2OK00C 


A2A1R1333 


313-1751-00 




DFC CYn FTIM-7^n PiWM Q 3 / P OU 
KLo, rAU t ri Ln. / DU Unrl , O/o, U . cm 


b/bbo 


TnoA tunc 

TR20JE 750E 


A2A1 R1 334 


31 3-1 1 03-00 

OIJ I1UJ uu 




dfc cvn CTiu.iAf nuu oy a oii 
Ktb r rAu, rlLM: IUn UHM , o/o , U . c:W 


57668 


TR20JE10K0 


A2A1R1351 


31 3-1 202-00 

DID LL\JL UU 




DFC CYn CTIM-Cf PL4M C/ P 91 i 

Kto, rAU, rlLn.ciN Urrl , o/o , U . on 


57668 


Tnon ir-ri(-,|xj-i 

TR2OJE02K0 


A2A1R1352 


301 -01 "iO-OO 

JUl UlOU uu 




DFC FYn CTIM-1C; PiUM P 5 / P ca/ 
Klj, rAU, rlLn. 10 Unrl, o/a f u. OW 


19701 


cnropui mnn i 

5053CX15R00J 


A2A1R1353 


301-0150-00 




RES, FXD, FILM: 15 0HM,5%,0.5W 


19701 


5053CX15R00J 


A2A1R1354 


313-1222-00 




RES,FXD,FILM:2.2K OHM,5%,0.2W 


57668 


TR20JE 02K2 


A2A1 R1 ^SS 

n 1 1 \± %j -j -j 


313-1RR2-00 




DFC CYH CTIM-R fik' HUM tr°/ n 91J 
Kti, rAU, rlLn. D.tSN UHM , O/b , U . 


57668 


TR20JE 06K8 


A2A1R1356 


31 3-1 R1 2-00 




DFC CYn CT 1 M • £ If nUlM C°/ n 91.* 

Kto, rAU, r ILn. D . lis UHM , O/o , U . ON 


57668 


TR20JE 5K1 


A2A1R1357 


321-0318-03 




RES FXD FILM- 20 OK OHM fi 1 9RJ TC-J? 


1Q701 

Lji Ul 


c.n^^Rppn^Pnp 

OUOO r\L,tCUNUUL. 


A2A1R1358 


321-0689-00 




RES,FXD,FILM:24.9K OW,0.5%,0.125W,TC=TO 


19701 


5033RD24K90D 


A2A1R1359 


313-1682-00 




RES,FXD,FILM:6.8K 0HM,5%,0.2W 


57668 


TR20JE 06K8 


A2A1R1370 


321-0363-00 




RES.FXD,FILM:59.0K OHM,l%,0.125W,TC=TO 


07716 


CEAD59001F 


A2A1R1372 


321-0299-00 




RES, FXD, FILM: 12. 7K 0HH,1%,0.125W,TC=T0 


19701 


5033ED12K70F 


A2A1R1374 


313-1103-00 




RES, FXD, FILM: 10K 0HM.5%0.2W 


57668 


TR20JE10K0 


A2A1R1376 


321-0318-03 




RES , FXD, FI LM: 20 . OK OHM , . 125%, . 125W , TC=T2 


19701 


5033RC20K00C 


A2A1R1378 


313-1202-00 




RES,FXD,FILM:2K OHM,5%,0.2W 


57568 


TR20JE02KO 


A2A1R1400 


315-0101-03 




RES,FXD,CMPSN:100 OHM,5%,0.25W 


01121 


CB1015 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 





1 cKXrun | x 


jci idi/MocsaiiJijf nu. 




Hfr. 


Mfr. Part No. 


Carpcnent No. 


Part Ho. 


Effective Dscont 


Name & Description 


Code 


A9M D1 Af\0 


OLD UlUi. Uo 




RF^ ran rMPSN'IOn OHM 5% 25W 


01121 


CB1015 


ftofli DTi m n 

rtdMlKI iUiU 


OU/ UODU UU 




RFS THFRMAL -7 5 OHM 10% 3 9%/DEG C 


80009 


307-0350-00 


AdMlKt lUiu 


3rt7-fY7iifun.n 

OU/ U/HO UU 




dfc THFRMAI '5 OHM 10% 7A/DEG C 


15454 


SG200-S 


A9A1 en 


COU IOM-cj UU 




SWTTPH PIISH-DPDT 4A 250V AC 


31918 


NE15/F2U103EE 


A2A1T1229 


120-1401-00 




XFMR, TRIGGER: LINE , 1 : 1 TURNS RATIO 


54937 


DMI 500-2044 


A2A1U1260 


156-1161-00 




M I CR0CK1 , L I NEAR : VOLTAGE REGULATOR , POS , ADJ 


12969 


UC317T 


A2A1U1270 


156-0495-00 




M I CROCKI , L I NEAR : 0PNL AMPL 


01295 


LM324N 


A2A1U1281 


156-0158-07 




MICROCKT , L I NEAR : DUAL 0PNL AMPL, SCREENED 


01295 


MC1458JG4 


A2A1U1290 


156-1173-00 




MICR0CKI, LINEAR:V0LTAGE REFERENCE 


04713 


MC1403UDS 


A2A1U1300 


156-0495-00 




MICRXKT,LINEAR:0PNL AMPL 


01295 


LM324N 


A2AM330 


156-0872-00 




MICROCKT, LINEAR:V0LTAGE REGULATOR 


04713 


MC7912CT 


A2A1U1371 


156-0495-00 




MICR0CKI, LINEAR:0PNL AMPL 


01295 


LM324N 


A2A1VR1293 


152-0055-00 




SEMIC0ND DVC,DI:ZEN,SI,llV,5%,0.4W,DO-7 


14433 


Z5407 


A2A1W251 


175-4585-00 




CA ASSY,SP,ELEC:20,28 AWG.13.0 L 


80009 


175-4585-00 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assembly No. Mfr. 



Ccnponent No. 


Part No. Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


AO 

Ao 




PTDPMTT Dn ACCV . TMt/rDTTD 










1 AWATI AD1 f AT TUF ft^7-YY I F\/F! OWI Vl 
(AVA1LADLL A! ! ML 0/6 luj/ AA LLVCL UNLT ) 






aopi non 
AoLlUcU 


oqe 1 1 no nn 


pad ryn ddd ni-n nn99 iif on°/ ocawap 


1 


PMF771 YS1 fl 


A3C1021 


290-0971-00 


CAP, FXD , ELCTLT : 290UF +50- 10% , 200V 


56289 


39DX1314 


A3C1022 


290-0971-00 


CAP, FXD, ELCTLT :290UF +50-10%,200V 


56289 


39DX1314 


a or 1 noo 


001 0770 nn 


pad rvn pcd ht - n mi if in / mnu 
LAr,rAU,LLK Ul . U.UlUr , iU/o, 1UUV 


0A999 


MA9A1P1 A^ICAA 
vv\L v 1 U 1 UO Win 


ion rtoc 
AoLIuzo 


OAA Ar"MO flA 


pad cvn ci tti t . i nm irr xinn in / oc\/ 
LAr, rAU, tLLI LI : lUUUr f +iUU-lU/o t ciov 


ODDOU 


1 IPA1 F1 A1M6.H 


aoa 


001 AOCA AA 


pad cvn pcd nr. QonQC c°/ cnA/np 


A4999 


OnlUlnOt. lunn 


aopi noo 


001 AOI O A A 


pad cvn rcD nT-innnor m°/ iftn\/ 
UAr,rAU f L.tK Ul .iUUUrr,lU/D,lUUV 


(VL999 


Tin 1 U 1 W i U c PsHn 


A3C1033 


281-0772-00 


CAP,FXD,CER DI:4700PF,10%,100V 


04222 


MA201C472KAA 


A3C1034 


290-0524-00 


CAP , FXD, ELCTLT : 4 . 7UF , 20% , 10V 


05397 


T368A475M010AZ 


A I/ 1 1 A1 C 

A3C1035 


001 A771 AA 

281-0/72-00 


pad cvn pcd m . /7nnDc i n°/ 1 nnw 
LAr f rXU r LtK Ul :4/UUrr r lu/b, xUUv 


DA 999 


MA9A1PA79lf'AA 
rlAculL4/ ^IsAA 


A 1A 1 A^ A 

A3C1040 


001 A770 AA 


pad cvn pcd m . n miic 1 n°/ inn\/ 


ft/1999 


MA9A1P1 ft^^ifi 
rlALUlLlUJtvHH 


A 1A1 A>l O 

A3C1042 


OOI A770 AA 

2ol-U//3-uU 


pad cvn pcd ni.n mnrr in / 1 nnu 


AA999 


rlntUlLlUONnn 


ft A/1 O 

A3C1048 


281-0826-00 


pad cvn pcd nT. oonnoc in°/ 1 nnw 
UAr,rAU r LbK Ul :^UUrr, iu7o r lUUV 


9AQ09 


AA1 FM1 ftftfin999l^ 


A3C1050 


285-1254-00 


CAP [ FXD,PLASTIC:0.22UF,10% r 400WVDC 


56289 


730P0167 


A3C1051 


285-1192-00 


CAP,FXD t PPR 01:0.0022 UF,20% t 250VAC 


TK0515 


PME271Y510 


AOP1 ACO 


OQC 1 1 OC AA 


fAD ryn ddd ni*ft nn if 9ft / 9Rft\/ 
LAr r rAU,rrK Ui . U. UiUr , c\J/o t c.O\Jv 


1 NUOID 


pur occ mr tin 


A0P1 ACO 

AoLlubd 


OQ1 AOCA AA 


PAD CYft PCD nT-fi9ftDF R / ^ftVftP 
LAr , rAU, L-tK Ui .o^Urr , D/o, aUvUO 


UHCCL. 


CAiniftOpI 1AA 
Onl U IrVjc. lurvi 


aopi ncc 


oqc 1 1 on /in 


PAD fryn MTI 7n-ft ARK 1 IF R / 9^0 V 
LAr , rAU, n i LZ.U. U.UDD Ur f D/o,60U V 






AotiUbD 


oo.n n7Q*o m 


rap FYn fittit-a 7iiF 9n°/ ^Rwnr 

L>Ar P rAU, LLL- 1 L I .4. /Ur r tU/OfOOVLA^ 


J JUOU 


IIVX1 V4R7MAA1TD 


A3C1067 


281-0850-00 


CAP,FXD,CER DI:820PF,5%,50VDC 


04222 


SA101A821JAA 


A3C1071 


281-0772-00 


CAP.FXD.CER DI:4700PF,10%,100V 


04222 


MA201C472KAA 


• on A70 

A3L10/2 


on a none nn 


PAD CVn FIPTIT-0 01 IF J-7C \PP/ OCftimP 

LAr, rAU, tLLI L 1 .o.oUr ,+/ D-lU7o r oDUvUu 


CCCRA 
ODDoU 


1 IHI I9UO,DOTPA 


AQP1 A7E 

A3C1U/3 


OQ1 A77C A1 


PfiD FYH TFD HT -ft IMF 9ft / TiV 
L.Ar,rAU r LLK Ul .U. lUr ,lU/o, DUV 


0A999 


CA1 ACC1 A4MAA 
Ort 1 UOL ± U*n irvA 


AJLilUl 


mn nn/o aa 
29U-U942-UU 


pad rvn fi fTf T- 1 nni if j-iftn-ift / 9cw 
LAr, rAU, LLL 1 L 1 . lUUUr r +lUU iu/o,£OV 




! IPA1 F1 n 1MAH 


a op 1 1 no 

A3L11U2 


OAA AA A O AA 

29U-0y42-00 


TAD CVn FIPTIT-innHF xlftft-IA / 9K\i 
LAr , rAU, tLL I LI . lUUUr ,+lUU lu/e, tOV 


33DOU 


Urrtl Ll Ulrlnn 


A3C1110 


290-0800-00 


CAP,FXD,ELCTLT:250UF r +100-10% f 20V 


56289 


672D257H020DM5C 


A3C1111 


290-0800-00 


CAP f FXD,ELCTLT:250UF,+100-10%,20V 


56289 


672D257H0200M5C 


A9-P1 110 


oon n7Q0 m 


TAD FYn FITTIT-A 7! IF 9ft / 2E\/n.P 
LAr, rAU f LLL I L I .*t. fur ,£.U/o,oOVUL 


JOOOU 




AOP1 11 O 

A3L1113 


OA A A7AO A A 

29U-0/y8-0U 


PAD FYn CI PT1 T • 1 ftftl IF -1.10/1-1 A 3 / AftW 
LAr, rAU, tLL I L ! . ioUUr ,+iUU-IU/o r 4UV 




fi79ni ft7HA4AnMRP 


AOPI 11/ 

A3L1114 


oaa nOAA nn 

2yu-uouo-uu 


PAD CVn Ct PTI T • 9CAI IF j-1 Aft 1 A / OAV/ 

LAr, rAU, LLL 1 L 1 . dDUUr ,+lUU iU/o, cUV 




fi79n9 c .7HPi9AnM c r 
D/ cucoi nu£iUL/nou 


A0P1 11 C 

A3L1115 


OAA AQAA AA 

dyu-uouu-uu 


PfiD FYA Fl PTI T- 9^AI IF x1 ftft-1 A / 9A\/ 
LAr, rAU, LLL 1 L 1 . ^DUUr ,"t"lUU iU/o, lUV 




R7?n°^7HP)pnnM c r 


A3C1116 


290-0798-00 


CAP, FXD, ELCTLT: 180UF,+100-10%,40V 


56289 


672D187H040DM5C 


A3C1120 


290-0939-00 


CAP, FXD, ELCTLT: 10UF, +100-10%, 100V 


56289 


672D106H100C62C 


Aopi i on 
AoLIloU 


oon naoo. nn 

£yu-uyoy-uu 


PAD FYn FIPTIT-lftllF 4-lftA-1ft / 1AA\/ ' 
Lrtr, rAL/, LLL 1 L 1 . XUUr ,TJ.UU IU/o, 1UUV 


UOCOC1 




AQpi i on 
AOLllOiL 


cz)u UooU UU 


pap cyn FiPTiT-miiF -i-^n-inT' ifinu 

LHr, rAL/, LLL 1 L 1 . 1UUT , "OU JLU/o, luuv 


54473 




Aoppi r\oo 
AoLKlUtd 


i £.9-0330 _aa 

iOc Uooo UU 




07263 


FDH-601 ? 


aopdi noo 
AoLKIUlo 


1 R9-A1/11-A9 
1D£ UI41 UC 


■sFMTPPiNn n\/p DT'^u ?.r\\i 1 ROMA ^au nn-^s 


0^508 


DA2527 flN415?l 


A3CR1028 


152-0141-02 


SEMIC0ND DVC r DI:SW,SI r 30V,150MA,30V f D0-35 


03508 


DA2527 (1N4152) 


A3CR1030 


152-0141-02 


SEMIC0ND DVCDLSW^I^OV.ISOMA.SOV^-SS 


03508 


DA2527 (1N4152) 


A0PD1 no a 
AoLKIUoh 


ico fti / 1 no 


OunlLUllU UVL. , UL . Orl ,01 , OUV , lOUITrt, OUV , UU OD 


UO JUO 


nA?5?7 MN41521 


aopdi no c 
AoLKIUob 


i co ni a i no 


cFMTppiwn nup rn-Qu qt ^a\/ i^ams ^av nn-^c; 

OLHlLUnU UVL, Ul . OW r Oi ,oUV , 1 jUMA,ouv , UU Oa 


A^^AA 
uoouo 




AXK1U4U 


1 CO AA7C AA 


CFMTPPiMn A\/P nT-QU r.F 99U ftAMlJ AA-.7 
oLmLUNU UVL, Ul -ow r be, LOt (OUrlW, UU~/ 




1 Ro_nn7C_nn 


aopdi ncn 
AoLKlUbU 


1 co neci ni 


CFMTPAMn n\/p nT-DFPT c:T AAA\/ ^fl 
oLniLUINU UVL, Ul .KLL 1 ,ol ,OUUV ,OA 


A/171 
UH7 10 


C □ 1!i;?0_1D| 


A3CR1060 


152-0040-00 


SEMIC0ND DVC , DI : RECT , S I , 600V , 1A , DO-41 


80009 


152-0040-00 


A3CR1062 


152-0333-00 


SEMIC0ND DVC , DI : SW , S I , 55V , 200MA , D0-35 


07263 


FDH-6012 


A OPD1 ACO 

A30K10o3 


1 CO AOOO AA 

152-0333-00 


CCUTPAMn HUP AT . CU CT CCV/ OAAMA nft 0^ 

otnlLUNU UVL,U1 .ow 1 ol,DjV r tUUl v IA l UU-Oj 


vf C.DO 


FnH-RA1 9 
run duil. 


AOPH 1 f\CA 

A3LK10o4 


1 no nooo aa 
152-0333-00 


CFMTPAUn nUP AT-QU CT C.c\/ 9AAMA nA- - ?^ 
otnlLUMU UVL, Ul . O W , 1 , DDV F £UUnA, UU OD 


Uf coo 


run dull 


A3CR1065 


152-0333-00 


SEMIC0ND DVC,DI:SW,SI,55V,200MA,DO-35 


07263 


FDH-6012 


A3CR1070 


152-0040-00 


SEMIC0ND DVC, DI : RECT , SI , 600V , 1 A, DO-41 


80009 


152-0040-00 


A3CR1072 


152-0066-00 


SEMIC0ND DVC , DI : RECT , S I , 400V , 1A , DO-41 


05828 


GP10G-020 


A3CR1101 


152-0400-00 


SEMIC0ND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1102 


152-0400-00 


SEMIC0ND DVC, DI:RECT,SI, 400V, 1A 


04713 


SR1977KRL 


A3CR1103 


152-0400-00 


SEMIC0ND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1104 


152-0400-00 


SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1105 


152-0400-00 


SEMIC0ND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1106 


152-0400-00 


SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 
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A3CR1110 


152-0794-00 


SEMICOND DVC,DI:RECT,SI,10A,30V,TO-220 


81483 


95-4269 


A3CR1113 


152-0946-00 


SEMIC0ND DVC,DI:RECT,SI,40V,3.0A 


80009 


152-0946-00 


A3CR1114 


152-0946-00 


SEMICOND DVC r DI:RECT,SI,40V,3.0A 


80009 


152-0946-00 


A3CR1115 


152-0946-00 


SEMICOND DVC,DI:RECT,SI,40V,3.0A 


80009 


152-0946-00 


A3CR1116 


152-0946-00 


SEMICOND DVC,DI:RECT,SI,40V,3.0A 


80009 


152-0946-00 


A3CR1121 


152-0400-00 


SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1122 


152-0400-00 


SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1123 


152-0400-00 


SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1124 


152-0400-00 


SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1131 


152-0400-00 


SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1132 


152-0400-00 


SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3F1101 


159-0255-00 


FUSE, CARTRIDGE: FAST BL0W.4A.125V 


80009 


159-0255-00 


A3F1102 


159-0059-00 


FUSE, WIRE LEAD: 5A, 125V 


71400 


A5 


A3J301 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ 6LD PL 


22526 


48283-036 


A3J302 




(QUANTITY OF 3) 






131-0608-00 


TERMINAL, PIN.-0. 365 L X 0.025 BRZ SLD PL 


22526 


48283-036 






(QUANTITY OF 3) 






A3J303 


131-2926-00 


CONN, RCPT.ELEC: OCT BD,1 X 2,0.2 SPACING 


27264 


10-10-1024 


A3L1110 


108-0554-00 


COI L , RF: FIXED , 5UH , +/-20% 


TK1345 


108-0554-00 


A3L1113 


108-1144-00 


COIL,RF:FIXED,27 UH,20% 


34479 


RL1284 


A3L1114 


108-1144-00 


C0IL,RF:FIXED,27 UH,20% 


34479 


RL1284 


A3L1115 


108-1144-00 


C0IL,RF:FIXED,27 UH,20% 


34479 


RL1284 


A3L1116 


108-1144-00 


C0IL,RF:FIXED,27 UH,20% 


34479 


RL1284 


.A3LR1060 


108-0329-00 


C0IL,RF:FIXED,2.4UH 


TK2042 


ORDER BY DESCR 


A3Q1021 


151-0301-00 


TRANS I STOR : PNP , SI , TO-18 


80009 


151-0301-00 


A3Q1022 


151-0192-00 


TRANSISTOR: NPN , SI , TO-92 


04713 


SPS8801 


A3Q1029 


151-0254-00 


TRANSISTOR : DARLINGTON , NPN, SI, 625MWJ0-92 


03508 


X38L3118 


A3Q1030 


151-0301-00 


TRANSISTOR: PNP, SI, TO-18 


80009 


151-0301-00 


A3Q1040 


151-0302-00 


TRANSIST0R:NPN,SI,T0-18 


04713 


ST899 


A3Q1050 


151-1152-00 


TRANSISTOR : M0SFE, N-CHANNEL , SI , T0-220 


04713 


IRF820 


Aom nen 


i n 1 1 no r\r\ 

151-1152-00 


TRANS ISTOR : M0SFE, N-CHANNEL , S I , T0-220 


04713 


IRF820 


A3Q1062 


151-0302-00 


TRANSISTOR:NPN,SI, TO-18 


04713 


ST899 


A3Q1070 


151-1152-00 


TRANSISTOR : M0SFE , N-CHANNEL , S I , TO-220 


04713 


IRF820 


A3Q1110 


151-0188-00 


TRANSISTOR:PNP,SI, TO-92 


80009 


151-0188-00 


A3R1018 


313-1394-00 


RES,FXD,FILM:390K,5%,0.2W 


57668 


TR20JE 390K 


A3R1019 


313-1394-00 


RES,FXD,FILM:390K,5%,0.2W 


57668 


TR20JE 390K 


rt q □ 1 no f% 


301-0274-00 


RES, FXD, FILM: 270K 0HM,5%,0.5W 


19701 


5053CX27OK0J 


A3R1022 


313-1104-00 


RES, FXD, FILM: 100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A3R1023 


313-1122-00 


RES,FXD,FILM:1.2K OHM,5%,0.2W 


57668 


TR20JE01K2 


A3R1024 


313-1473-00 


RES,FXD,FILM:47K OHM,5%,0.2W 


57668 


TR20JE 47K 


A3R1025 


313-1302-00 


RES,FXD,FILM:3K OHM,5%0.2W 


57668 


TR20JE 03K0 


A3R1027 


321-0431-00 


RES, FXD, FILM:301K OHM, 1%, 0. 125W,TC=T0 


07716 


CEAD30102F 


A0.D1 noo 

AoKlUiio 


001 njioi Aji 
321-0481-04 


RES, FXD, FILM: 1M OHM,0.1%,0.125W,TC=T2 


91637 


CMF55116D10003B 


A3R1029 


313-1152-00 


RES,FXD,FILM:1.5K OHM,5%,0.2W 


57668 


TR20JE01K5 


A3R1030 


313-1102-00 


RES, FXD, FILM: IK 0HM,5%,0.2W 


57668 


TR20JE01K0 


A3R1031 


313-1334-00 


RES,FXD,FILM:330K OHM,5%,0.2W 


80009 


313-1334-00 


A3R1032 


321-0335-00 


RES , FXD, FI LM: 30 . IK OHM , 1% , . 125W , TC=T0 


57668 


RB14FXE30K1 


A3R1033 


313-1104-00 


RES, FXD, FILM: 100K 0HM,5%,0.2W 


57668 


TR20JE100K 


aodi no>i 
AoKlUo4 


o 1 o 1 1 no fvi 
dlo-1102-UU 


RES,FXD,FILM:1K 0HM,5%,0.2W 


57668 


TR20JE01KO 


A3R1035 


313-1103-00 


RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A3R1036 


313-1103-00 


RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10KO 


A3R1037 


313-1272-00 


RES,FXD,FILM:2.7K 0HM,5%,0.2W 


57668 


TR20JE 02K7 


A3R1040 


313-1103-00 


RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A3R1041 


313-1471-00 


RES,FXD,FILM:470 0HM.5%,0.2W 


57668 


TR20JE 470E 


A3R1042 


313-1102-00 


RES, FXD, FILM: IK 0HM,5%,0.2W 


57668 


TR20JE01KO 


A3R1044 


321-0334-00 


RES , FXD , FI LM : 29 . 4K OHM , 1% , . 1 25W , TC=T0 


07716 


CEAD29401F 


A3R1045 


321-0289-00 


RES, FXD, FILM: 10. OK 0HM,1%,0.125W,TC=T0 


19701 


5033ED10KOF 


A3R1046 


321-0422-00 


RES, FXD, FILM: 243K OHM, 1%,0. 125W, TC=T0 


07716 


CEAD24302F 
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A3R1050 


308-0843-00 




RFS FXn WW-0 7 OHM 5°/ 1 /OW 


Q1R37 




A3R1052 


313-1470-00 




RFS FXD FTIH-47 OHM "B! ?U 

l\I_ J f IAL/, r 1 Lit. *t/ Vfirl , j/o t V ■ Cli 


□ / DOO 


TR?fl IF A.7F 


A3R1050 


313-1470-00 




RFS FXD FTIM-47 OHM 5°/ fl ?W 

r\l_j , rAU, r x LI 1 > *+/ VITI r J/o , U . Cn 


E7PFR 


TP?fl.lF A7F 


A3R1061 


313-1202-00 




RES,FXD,FILM:2K OHM,5%,0.2W 


57668 


TR20JE02K0 


A3R1062 


313-1682-00 




RES,FXD,FILM:6.8K 0HM,5%,0.2W 


57668 


TR20JE 06K8 


A3R1063 


313-1202-00 




RFS FXD FTIM-?K OHM 5X ?U 

r\[_J t 1 AL/ 1 • * Lll • t~r\ VI I I r %J/o r \J . Cn 


J/ DUO 




A3R1064 


313-1202-00 




RFS FXD FTIM-2K OHM 7W 

IN.L.J r 1 ALf | 1 1 1_J I. c_ [X VI H I t J/o r U . Ln 


■Jf DOO 


I KCUiJLUcNJ 


A3R1065 


315-0154-00 




RFS FXn FTIM-IW DHM R / fl ?SW 


0/ OOO 


NTD^l-FI ^nk* 


A3R1066 


313-1202-00 




RFS FXH FTIM- K OHM R 5 / fl ?U 
r\LO, iau, r i u i. cis urn I , j/o f u . on 


O/DOO 


Tp On 1Fn9l^n 
1 HcUJtUclxu 


A3R1067 


313-1682-00 




RES,FXD,FILM:6.8K OHM r 5%,0.2W 


57668 


TR20JE 06K8 


A3R1068 


313-1202-00 




RES,FXD,FILM:2K 0HM,5%,0.2W 


57668 


TR20JE02K0 


A3R1069 


303-0363-00 




RFS FXD CMPSN-3RK flhW 5% 1W 

I\L_ J r I AL/| wl lr Jll . JLTv VI H I r J/o r i.V» 


ni i9i 

Ul 1C1 


UDjOjO 


A3R1070 


313-1470-00 




RFS FXD FTIM-47 DHM ?W 


Of OOO 


TP9r\1F A7P 


A3R1071 


315-0431-00 




RES FXD FII M-430 OHM 5% ?5W 

J r 1 AU t i X L-l 1 • ti^W VI II r J/O F V . Ljn 


±•3/ VI 


JU*tO vAtO Uf\U J 


A3R1072 


321-0318-03 




RFS FXD FII M- 20 OK OHM 1?5% 17U Tr-T? 

1 vL-J | 1 AU, 1 J. L.I1- C.U . Ur\ \Jl 1 1 ( V • XC J/O, V/ • IbJtl t 1 w — 1 C 




OUOOi\Ut. UNUUv 


A3R1075 


313-1472-00 




RES,FXD,FILM:4.7K OHM,5%,0.2W 


57668 


TR20JE 04K7 


A3R1110 


321-0219-00 




RES, FXD, FILM: 1 .87K OHM, 1%,0. 125W, TC=T0 


07716 


CEAD18700F 


A3R1111 


315-0510-00 




RES, FXD, FILM: 51 OHM,5%,0.25W 


19701 


50430(51 R00 1 


A3R1112 


321-0271-00 




RES FXD FILM -6 49K OHM 1% 125W TC=TO 


0771 fi 




A3R1113 


321-0271-00 




RES FXD FILM -6 49K OHM Vi, 125W Tf=T(l 


0771 R 


rFADfilQOOF 


A3R1114 


321-0297-00 




RES FXD FILM- 12 IK OHM 1% 125W TC=T0 

i vl<j r i fix i— i u il. • ii\ VI 1 1 r 1/0 1 u • XL JIT p 1 V 1 V 


07716 


PFA01P101F 


A3R1115 


301-0301-00 




RES,FXD,FILM:300 0HM,5%,0.5W 


19701 


5053CX300ROJ 


A3R1129 


313-1474-00 




RES,FXD,FILM:470K 0HM,5%,0.2W 


80009 


313-1474-00 


A3R1130 


313-1273-00 




RES FXD FILM-27K OHM EX ?U 

1 \L». J f 1 /W f 1 X l-l 1 » L~ / IN VI II l| J/O r V « t_n 


Of OOO 




A3RT1110 


307-0124-00 




RFS THFRMAI -5K DHM 10X NTT 

J t 1 1 iLru inL • Jix vi h i J lu/o r l* l \j 




i DUc In U t v 


A3S1020 


260-0907-01 




SWITrH THRMSTC-NC 0PFN Q7 R PI 7R K IDA 

JVVX I \jl 1 r 11 U I V . 11V ,Vrl_li jf .U r VL / J, U, lUn 




*tjU ijo/ 


A3T1020 


120-1244-00 




TRANSFORMFR RF-TOMMON MODF I^MH fl 5A 

1 ivnui VTV l\l . uwl ■ IVIi I IVL/i_ , XJI II 1 , U . •Jr\ 




Huyo 


A3T1060 


120-1437-00 




XFMR,PWR,STPDN: 


02113 


C1310 


A3U1029 


156-0885-05 




CPLR , 0PT0ELECTR : LED , 5KV , ISOLATION 


09019 


H11AX1139R 


A3U1030 


156-1627-00 




MICR0CKT LINEAR-BIPOLAR pyM PWR SPI Y rfSNT 

■ 1 X wl \WVI> i t ^X nLTU\ ■ LFX 1 ULnl\ r 1 nl 1 1 til\ JfLI vvl 1 1 






A3U1040 


156-0885-05 




CPLR OPTOELECTR-LFD 5KV TSOI ATION 




H1 1 AX1 1 VIR 


A3U1062 


156-0411-02 




MICROCKT LINEAR-OUAD COMPARATOR SCRFFNFD 

I 1 X vl\uvl\l f L> X [TL^ll \ « ^vHU VVI IT nl\rl t VT\ r JVI\LLI >LV 




i M33Q ins 


A3U1064 


156-0366-00 




MICRXKT,DGTL:DUAL D FLIP-FLOP 


02735 


TD4013RF 


A3U1066 


156-0328-00 




MICR0CKt!dGTL:DUAL MOS CLXK DRIVER 


04713 


MMH0026CP1D 


A3U1110 


156-1161-00 




MICRXKT, LI NEAR: VOLTAGE REGULATOR, P0S,ADJ 


12969 


UC317T 


A3VR1020 


152-0166-00 




SEMIC0ND DVC , DI : ZEN , SI , 6 . 2V , 5%, 400MW , DO-7 


04713 


SZ11738RL 


A3VR1062 


152-0168-00 




SEMIC0ND DVC,DI:ZEN,SI,12V,5%,0.4W,DO-763B 


14552 


TD331689 


A3W1021 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


0MA 07 


A3W1022 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 


A3W1050 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 


24546 


0MA 07 


A3W1060 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 OD X 0.225 L 


24546 


OMA 07 


A3W1102 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 


A3Y1050 


120-1417-00 




TRANSFORMER, RF: POWER HIGH FREQUENCY 


54937 


500-2311 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assenfcly No. 






Mfr. 


Mfr. Part No. 


Cuiuunent No. 


Part No. 


Effective 


Dscont 


Name 


& Description 


Code 


A4 




8010100 


B049999 


CIRCUIT BD ASSY: READOUT 


80009 


670-9493-02 




coi-uyuy-uu 






pad cvn 


tfd rtT-n n9?iiF ?n°z ^nu 

OCR Ul . U. ULLUr . LU/o, JU* 


54583 


MA12X7R1H223M-T 


A /tpOQOC 

A4L2ooo 


90 i no no nn 
£<5i uyuy uu 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4L<:o3l 


9Q1 nQAQ-nn 
coi uyuy-uu 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2855 


281-0909-00 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2860 


281-0909-00 






CAP,FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4LiiOoD 


90.1 -nono-no. 
coi uyuy uu 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 




coi uyuy uu 






pap cvn 




54583 


MA12X7R1H223M-T 




9Ri -n773-nn 

Col Uf I O uu 






CAP.FXD 


CER DI:0.01UF,10%,100V 


04222 


MA201C103KAA 




coi uyuy uu 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2913 


281-0909-00 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2926 


281-0909-00 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


a /iroo/n 
A4Liiy4U 


9Qi no no nn 

coi -uyuy-uu 






CAP.FXD 


CER DI:0.022UF,20%50V 


54583 


MA12X7R1H223M-T 




901 _nariQ_nn 
coi uyuy uu 






pad cvn 

\J\r , rAU 


L*Lt\ Ui . u. \JCLUr , L\Jh, OUV 


54583 


MA12X7R1H223M-T 


A4t^ybu 


901 nana nn 

coi-uyuy-uu 






CAP.FXD 


CER DI:0.022UF,20%50V 


54583 


MA12X7R1H223M-T 


A4Ltiy/U 


9R1 -nano-fin 
coi uyuy uu 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2980 


281-0909-00 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1F223M-T 


A4C2990 


281-0909-00 






CAP.FXD 


CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A/ID9fU1^ 
A4KcC5UO 


313-1/179-nn 






RES.FXD 


FILM:4.7K 0m,5%,0.2W 


57668 


TR20JE 04K7 


A4KdooU 


91 9_i 1 ni -no 

OlO 11U1 - UU 








FTIM'infl OHM V/ ?w 


57668 


TR20JE100E 


A4Kc041 


OlO IIUO uu 






RES.FXD 


FILM:10K 0»1,5%,0.2W 


57668 


TR20JE10K0 


A4Kdo4£ 


01O 11UO uu 






RES.FXD 


FILM:10K Om,5%,0.2W 


57668 


TR20JE10KO 


A4R2843 


313-1472-00 






RES.FXD 


FILM:4.7K OHM,5%,0.2W 


57668 


TR20JE 04K7 


A4R2844 


313-1472-00 






RES.FXD 


FILM:4.7K 0HM,5%,0.2W 


57668 


TR20JE 04K7 


AADOQCn 


010 i*\i c UU 






RES.FXD 


FILM:4.7K OHM,5%0.2W 


57668 


TR20JE 04K7 




31 3-1 1 fi3-0.fl 
OlO 11UO uu 






KLo, rAU 


FTIM-1HK OHM C SL ?w 


57668 


TR20JE10K0 


RhKCVUC 


31 3-1 m3-nn 

OlO 11UO uu 






RES.FXD 


FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A^DOQA'5 
A4KdyUa 


371 -19QR-03 
Del IcUU uo 






RES.FXD 


FILM:12.0K 0FW,0.25%,0.125W,TC=T2 


07716 


CEAC12001C 


A4R2905 


321-0816-03 






RES.FXD 


FILM:5K OHM.0.25%,0. 125W, TC=T2 


19701 


5033RC5K000C 


A4R2910 


321-0685-00 






RES.FXD 


FILM:30K 0HM,0.5%,0.125W,TC=T2 


19701 


5033RC30K00D 


A/ID9Q1 1 
A4Ktyi 1 


391 -HRfl^-Ofl 
Del UDOO JU 






RES.FXD 


FILM:30K OHM,0.5%,0.125W,TC=T2 


19701 


5033RC30KOOD 


A/inoQI o 
A4Kdyld: 


31 3 11 (Y7~C\(\ 
OlO IlUc UU 






KLo, rAU 


FTI M* 1 1f OHM R/ n 911 
riLrl.lrv. Urn , D/o , U . <lW 


57668 


TR20JE01K0 


A/1D9Q1 "3 

A4K(iyio 


391 most nn 
ocl uiyo uu 






RES.FXD 


FILM:1.13K 0W,1%,0.125W,TC=T0 


07716 


CEAD11300F 


A4Kdyi4 


■399 9.9AC nn 
OLC OOUO UU 






RES.FXD 


FILM.-15K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 15K0 


A4R2915 


313-1202-00 






RES.FXD 


FILM:2K 0HM,5%,0.2W 


57668 


TR20JE02K0 


A4R2916 


322-3414-00 






RES.FXD 


FILM:200K 0HM,1%,0.2W,TC=T0 


91637 


CCF50S20002F 


A/1P9Q1 7 


399-33P.£-fH1 
OCC OOOD \J\) 






RES.FXD 


FILM:100K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100K 


/MD9Q1 Q 

M4K(iyio 


31 1 9"?7fi-nn 
Oil CC/U-UU 






DFQ UAD 




TK1450 


GF06VT 10 K OHM 


A/ID9Q1 Q 


3?1 -n7^K-fjn 






RES.FXD 


FILM:50K 0HM,1%,0.125W,TC=T0 


24546 


NA55D5002F 




31 3-1 33d-fin 
Oio loo4 - UU 






RES.FXD 


FILM:330K OHM,5%,0.2W 


80009 


313-1334-00 


A4R2921 


322-3297-00 






RES.FXD 


FILM: 12.1K 0H^,1%,0.2W,TC=T0 


57668 


CRB20 FXE 12K1 


A4R2922 


321-0756-00 






RES.FXD 


FILM:50K 0HM,1%,0.125W,TC=T0 


24546 


NA55D5002F 




3?i -n3R c ,-nn 

OCl uooo uu 






RES.FXD 


FILM:100K 0HM,1%,0.125W,TC=T0 


19701 


5033ED100K0F 




399-341 A-fifi 






pec pvn 
kld, rAU 




91637 


CCF5O320002F 


A/D9Q9C 


391 -(193^-0.9 
Jill UcD-J Uc 






RES.FXD 


FILM:2.74K 0m,0.5%,0.125W.TC=T2 


24546 


NC55C2741D 




399-3999-fin 

JLL OttL UU 


B010100 


B0U 175 


RES.FXD 


FILM:2K 0HM,l%,O.2W.TC=T0 


57668 


CRB20 FXE 2K00 


A4R2926 


322-3210-00 


B011176 




RES.FXD 


FILM:1.5K OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K50 


A4R2927 


322-3318-00 






RES.FXD 


FILM:20K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 20K0 




313 1 »179 nn 






RES.FXD 


FILM:4.7K 0HM,5%,0.2W 


57668 


TR20JE 04K7 


A/1D9Q9Q 

A4Kdydy 


313 1/179 nn 
ola 14/ C UU 






RES.FXD 


FILM:4.7K 0HM,5%,0.2W 


57668 


TR20JE 04K7 




152-00 






RES.FXD 


FILM:1.5K 0HM r 5% r 0.2W 


57668 


TR20JE01K5 


A4R2931 


311-2258-00 


B010100 


B011175 


RES.VAR 


N0NWW:TRMR,1K 0HM,20%,0.5W 


TK1450 


GF06VT 1 K OHM 


A4R2931 


311-2270-00 


B011176 




RES.VAR 


N0IM«':TRMR,10K OHM,20%,0.5W 


TK1450 


6F06VT 10 K OHM 


A4R2932 


322-3414-00 






RES.FXD 


FILM:200K 0HM,l%,O.2W,TC=T0 


91637 


CCF50G20002F 


A4R2933 


322-3385-00 






RES.FXD 


FILM:100K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100K 


A4R2934 


322-3297-00 






RES.FXD 


FILM:12.1K OrtM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 12K1 


A4R2940 


313-1102-00 






RES.FXD 


FILM: IK 0HM,5%,0.2W 


57668 


TR20JE01KO 


A4R2945 


313-1471-00 






RES.FXD 


FILM: 470 QHH,5%,0,2W 


57668 


TR20JE 470E 



8-26 
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2465B Replaceable Electrical Parts 
2465B/Z467B Service 





Tektronix 


Serial/Assembly No. 




Mfr. 




Conponent No. 


Part No. 


Effective Dscont 


Nans & Description 


Code 


Mfr. Part No. 


ft AOOO~7E. 


ui i i a~?i nn 
Dlo-i4/d-UU 




Kto, rAU, rlLH.4. /K Unn , o/o , U . £W 


57RRR 

□ / QUO 


TR20.1F 04K7 




Qi q iino nn 




DFC CYn CTIM-Ilf' OHM R>/ H 9U 
KLo, rAU, rlLri. 1A Unn,uAi,U.cw 


57RRR 


TR20.1F01 KCi 


A4U£oUU 


1 cc nci /i nn 




uTrDnr^T nnTi •r'Mnc: nice /1-rMAWMFi mhy 


(177^5 


rrw] ( v , RF-Q8 

UU*+UJ6Dr OO 


A4U2805 


156-0514-00 




MICROCKT,DGTL:CM0S,DIFF 4-CHANNEL MUX 


02735 


CD4052BF-98 


A4U2810 


156-0382-00 




M I CROCKT , DGTL : QUAD 2-INP NAND GATE 


01295 


SN74LS00(N OR J) 


A /II l9QOn 


i cc 1101 m 




MironrkT i twfap-rtfft miiii opni &mpi ^prn 






A /II IQQ^n 

A4U£0oU 


ICC 1 1 70 nn 
J. Do UU 




MTrDnrirr rwn -miai a rtt rtn pntr 


8000Q 


172-00 


A4U£ooD 


ice n/i7Q nn 
ido U4/y-uu 




MTronrkT rv^Ti -mifin 9-tmp hp gatf 

H I UJ\lA,f\ 1 r Uu ! L . U,UHU L llir UK Unl L 






A4UloDU 


i ex n°,fts* nn 
ido uooo uu 




MTppnrkT rwn -niiAi n pi t p— pi op 


01295 


SN74I S74 N OR J 


A4U2855 


156-0383-00 




MICRXKT,DGTL:QUAD 2-INP NOR GATE 


01295 


SN74LS02 N OR J 


A4U2860 


156-0975-00 




MICROCKT.DGTLrUNIV SHIFT/STORAGE REGISTER 


34335 


SN74LS299N 


A/11 19QC£ 


idd u/yo UU 




MTrpnrkT rati -ft c;ta ^hf a ^thpf RIR PfiTR 


02735 




A/11 IQQ7A 


1 cc 1179 nn 




MTPDnTkT nT^TI -nilAI A rtt rtn tntp 
nlLKUvNI t Uul L. UUAL 4 oil Dili LnllK 


ROfYlQ 

0\J\AJZ> 


JL JU HIC UU 


A/11 loaon 
A4UdOoU 


IDO UDOO UU 




MTrpnrtn" np,Ti -mifli n fi TP-Fi np 


01295 


SN74LS74 N OR J 


A/It l9StRR 
A4UZOOD 


1jD _ UoOD~UU 






01295 


SN74I S10(N OR J) 


A4U2890 


156-0382-00 




MICR0CKT , DGTL : QUAD 2-INP NAND GATE 


01295 


SN74LS00(N OR J) 


A4U2900 


156-0386-00 




MICR0CKT, DGTL; TRIPLE 3-INP NAND GATE 


01295 


SN74LS10(N OR J) 


A/i toonc 


1 f.p. 1 7n9 nn 

IDD-l/Ud-UU 




MTrpnrkT ram *qtti in rtt rfaktfr 


34335 


AM29821 DTR 


A/| IOQ1 n 

A4U^yiU 


IDD I ODD UU 




MTppnrkT i t MFiiO • n/A rnNVFPTFP. 

l v llUr\UL>M r LinCrtix. U/ A \JJvi V r_r\ 1 Lt\ 


34335 


AMROfiOPr 


A/l IOQOA 


i cc_i cQ/i_nn 

IDD !Dy4~UU 






65786 


TYR1 16-55PC 

ul Ullv JvJI Xj- 


A4UtyoU 


1 p.n-1 _n? 

1DU 1DD1 Uc 




MTrPDTKT HfiTI -ACRR X R FPRDM PRfiM 


80009 


160-1631-02 


A4U2935 


156-0956-00 




M I CROCKT , DGTL : OCTAL BFR W/3 STATE OUT 


18324 


N74LS244(N OR F) 


A4U2940 


156-1172-00 




M I CRXKT , DGTL : DUAL 4 BIT BIN CNTR 


80009 


156-1172-00 


AA\ l9Q^fl 


1 £.P.-n°,fiR-nn 

IDu UoOO UU 




MTPUnrKT DfiTI -DIIAI Fl FI TP-FI OP 


01295 


SN74LS74 N OR J 


A4Ui.yDU 


lOD U/ 3D UU 






02735 


CD4094BF 




J.DD UDOil UU 




MirnrrKT nfiTi -miAn ?-tnp nand gatf 


01295 


SN74LS00(N OR J) 




IDD U40U \)c 




MirJ3(TI<T DfiTI -nUAD P-TNP % fiATF ^rRN 


80009 


156-0480-02 




i.J\) U<AIL VVj 




MICR0CKT, DGTL: QUAD 2-INP NAND GATE 


01295 


SN74LS00(N OR J) 


A4U2985 


156-0768-00 




microckt|dgtl:Bidirect UNIV sr 


01295 


SN74LS194AN 


A4U2990 


156-0381-00 




MraOCKT, DGTL: QUAD 2-INP ECXL OR GATE 


01295 


SN74LS86 N OR J 


A4U2995 


156-0651-00 




MICR0CKT,DGTL:8-BIT PRL-0UT SER SHF RGTR 


80009 


156-0651-00 


A4VR2805 


152-0217-00 




SEMIC0ND DVC,DI:ZEN,SI,8.2V,5%,0.4W,D0-7 


04713 


SZG20 


A4VR2925 


152-0662-00 




SEMIC0ND DVC f D I : ZEN , S I T 5V , 1% , 400MW , D0-7 


04713 


SZG195RL 


A4W411 


175-4581-01 




CA ASSY,SP,ELEC:26,28 AWG.2.25 L, RIBBON 


22526 


ORDER BY DESCR 


A4W2851 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 


24546 


0MA 07 


A4W2913 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 


24546 


DMA 07 
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Z465B Replaceable Electrical Parts 
Z465B/Z467B Service 





Tektronix 


Serial/Assembly No. 




Hfr. 




Caiponent No. 


Part Ho. 


Effective 


Dscont 


Name & Description 


Code 


Hfr. Part No. 


A5 


670-9052-02 


BOlOlOO 


8049999 


CIRCUIT BD ASSY:DI6ITAL CONTROL 


80009 


670-9052-02 










(DOES NOT INCLUDE U2160 AND U2260) 






A5BT2570 


146-0049-00 






BATTERY , STORAGE : 3 . 5V , 750MAH 


81855 


LTC-7P 


A5C2010 


290-0943-02 






CAP, FXD, ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A5C2011 


290-0943-02 






CAP, FXD, ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A5C2101 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2H0 


281-0614-00 






CAP.FXD.CER DI : 100 PF,10%,100V 


04222 


MA 1 A1 A 1 m l/A A 

MA1Q1A101KAA 


A5C21H 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2H2 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2H3 


290-0943-02 






CAP, FXD, ELCTLT : 47UF, 20%, 25V 


55680 


UVX1E470MAA1TD 


A5C2160 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2220 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2221 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


UA 1 1V7m UOOOM T 

MA12X/Klrl2i:3M-l 


A5C2230 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2240 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2320 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2321 


285-1301-01 






CAP , FXD , MT LZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 


A5C2322 


285-1348-00 






CAP , FXD, MTLZD : . 22UF , 1 0% , 63V 


TK1573 


ORDER BY DESCR 


A5C2330 


285-1301-01 






CAP , FXD , MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.4/KbOAt)b 


A5C2331 


285-1348-00 






CAP, FXD, MTLZD : . 22UF , 10%, 63V 


TK1573 


ORDER BY DESCR 


A5C2332 


285-1300-01 






CAP,FXD,MTLZD:0. 1UF, 10%,63V 


55112 


185/0. 1/K/63/ABA 


A5C2333 


285-1300-01 






CAP, FXD, MTLZD : . 1UF, 10%, 63V 


55112 


185/0. 1/K/63/ABA 


A5C2340 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2350 


290-0527-00 






CAP,FXD, ELCTLT: 15UF,20%,20V 


05397 


T368B156M020AS 


A5C2351 


281 -0909-00 






nin rvn prn ni a noil if o/tp/ cnn 

CAP.FXD.CER DI:0.0Z2UF,207o,50v 


54 boo 


UA 1 OV7D1 UOOOli T 


A5C2360 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2420 


290-0943-02 






CAP , FXD , ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A5C2421 


285-1300-01 






CAP , FXD , MTLZD : . 1UF , 10% , 63V 


55112 


185/0. 1/K/63/ABA 


A5C2422 


281-0791-00 






CAP.FXD.CER DI:270PF,10%,100V 


04222 


MA101C271KAA 


A5C2430 


285-1301-01 






CAP, FXD.MTLZD: 0.47UF, 10%, 50V 


55112 


1850.47K50ABB 


A5C2431 


285-1348-00 






CAP , FXD , MTLZD : . 22UF , 10% , 63V 


TK1573 


ORDER BY DESCR 


A5C2432 


285-1348-00 






CAP,FXD,MTLZD:0.22UF,10%,63V 


TK1573 


ORDER BY DESCR 


A5C2450 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2470 


290-0527-00 






CAP, FXD, ELCTLT: 15UF, 20%, 20V 


05397 


T368B156M020AS 


A5C2501 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2510 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2511 


281-0791-00 






CAP.FXD.CER DI:270PF,10%,100V 


04222 


MA101C271KAA 


A5C2520 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2521 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2530 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2550 


281-0819-00 






CAP.FXD.CER DI:33 PF,5%,50V 


04222 


GC105A330J 


A5C2551 


281-0816-00 






CAP,FXD,CER DI:82 PF,5%,100V 


04222 


MA106A820JAA 


A5C2552 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2601 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2610 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%;50V 


54583 


MA12X7R1H223M-T 


A5C2620 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2621 


285-1300-01 






CAP , FXD, MTLZD : . 1UF , 10% , 63V 


55112 


185/0. 1/K/63/ABA 


A5C2622 


285-1348-00 






CAP , FXD , MTLZD : . 22UF , 1 0% , 63V 


TK1573 


ORDER BY DESCR 


A5C2630 


285-1300-01 






CAP , FXD , MT LZD : . 1 UF , 1 0% , 63V 


55112 


185/0. 1/K/ 63/ ABA 


A5C2631 


285-1348-00 






CAP , FXD , MTLZD : . 22UF , 1 0% , 63V 


TK1573 


ORDER BY DESCR 


A5C2632 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2640 


285-1300-01 






CAP, FXD.MTLZD: 0. 1UF, 10%, 63V 


55112 


185/0. 1/K/63/ABA 


A5C2650 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2660 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2720 


285-1301-01 






CAP , FXD , MT LZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 


A5C2721 


285-1348-00 






CAP , FXD , MTLZD : . 22UF , 1 0% , 63V 


TK1573 


ORDER BY DESCR 


A5C2730 


285-1348-00 






CAP , FXD , MTLZD : . 22UF , 10% , 63V 


TK1573 


ORDER BY DESCR 


A5C2731 


285-1301-01 






CAP, FXD, MT LZD: 0. 47UF , 10% , 50V 


55112 


1850.47K50ABB 



8-28 



REV SEP 1989 



2465B Replaceable Electrical Parts 
2465B/2467B Service 



Conponent No. 



Tektronix 
Part No. 



Serial /Assaribly No. 
Effective Dscont 



Nans & Description 



Mfr. 
Code 



Mfr. Part No. 



A5CZ732 

A5C2733 

A5C2740 

A5CR2070 

A5CR2071 

A5CR2170 

ASCR2230 
A5CR2231 
A5CR2232 
A5CR2233 
A5CR2370 
A5CR2371 

A5CR2420 
A5CR2610 
A5CR2620 
A5CR2621 
A5CR2622 
A5CR2630 

A5CR2631 

A5CR2640 

A5CR2770 

A5J251 

A5J500 

A5J501 



A5J503 

A5J651 

A5J652 

A5Q2070 

A5Q2170 

A5Q2270 

A5Q2320 
A5R2001 
A5R2002 
A5R2004 
A5R2005 
A5R2006 

A5R2007 
A5R2010 
A5R2011 
A5R2012 
A5R2013 
A5R2070 

A5R2101 
A5R2102 
A5R2103 
A5R2104 
A5R2110 
A5R2170 

A5R2171 
A5R2172 
A5R2201 
A5R2202 
A5R2203 
A5R2204 

A5R2205 
A5R2206 



285-1301-01 
285-1301-01 
281-0909-00 
152-0141-02 
152-0141-02 
152-0141-02 

152-0141-02 
152-0141-02 
152-0141-02 
152-0141-02 
152-0951-00 
152-0951-00 

152-0141-02 
152-0141-02 
152-0141-02 
152-0141-02 
152-0141-02 
152-0141-02 



CAP , FXD , MTLZD : . 47UF , 1 0% , 50 V 
CAP, FXD,MTLZD:0.47UF,10%, 50V 
CAP,FXD,CER DI:0.022UF,20%,50V 
SEMICOND DVC,DI:SW,SI,30V,150MA,30V,D0-35 
SEMICOND DVC.DI :SW,SI, 30V, 150MA,30V,DO-35 
SEMICOND DVC,DI:SW, SI, 30V, 150MA, 30V, DO-35 



SEMICOND DVC.DI 
SEMICOND DVC.DI 
SEMICOND DVC.DI 
SEMICOND DVC,DI 
SEMICOND DVC,DI 
SEMICOND DVC,DI 

SEMICOND DVC,DI 
SEMICOND DVC.DI 
SEMICOND DVC.DI 
SEMICOND DVC.DI 
SEMICOND DVC.DI 
SEMICOND DVC.DI 



:SW,SI,30V,150MA,30V,D0-35 
:SW,SI,30V,150MA,30V,DO-35 
:SW,SI,30V,150MA,30V,DO-35 
:SW,SI,30V,150MA,30V.DO-35 
:SCHOTTKY,SI,60V,2.25PF 
:SCHOTTKY,SI,60V,2.25PF 

:SW,SI,30V,150MA r 30V,D0-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW,SI,30V,150MA,30V,DO-35 
:SW,SI,30V,150MA,30V,DO-35 
: SW, SI , 30V , 150MA, 30V, DO-35 



55112 
55112 
54583 
03508 
03508 
03508 

03508 
03508 
03508 
03508 
80009 
80009 

03508 
03508 
03508 
03508 
03508 
03508 



1850.47K50ABB 
1850.47K50ABB 
MA12X7R1H223M-T 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 

DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
152-0951-00 
152-0951-00 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 



152-0141-02 


SEMICOND DVC.DI :SW,SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 (1N4152) 


152-0141-02 


SEMICOND DVC,DI:SW,SI,30V,150MA,30V,D0-35 


03508 


DA2527 (1N4152) 


152-0951-00 


SEMICOND DVC.DI :SCH0TTKY,SI , 60V.2.25PF 


80009 


152-0951-00 


131-3360-00 


CONN RCPT ELEC-HFADFR STR 20 PTN 

\s\JI *ll t 1 1 F L_t_i_1_r . 1 R_rTLy|_l\ f J 1 F\ r lw rill 


3JOO/ 


oOzc OUU£ 


131-3364-00 


CONN , RCPT , ELEC : HEADER, STRAIGHT ,34 PIN 


53387 


3594-6002 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 




(QUANTITY OF 3) 






131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 




(QUANTITY OF 3) 






131-3360-00 


CONN RCPT FIFC-HFAnFR STR ?fl PTN 

uunn , !\l^r I , ULLv . nLrtULI\ , 3 1 r\ , cU rill 


COQ07 

0000/ 


J Odd DUUil 


131-3360-00 


CONN, RCPT, ELEC: HEADER, STR, 20 PIN 


53387 


3592-6002 


151-0341-00 


TRANSISTOR:NPN,SI,TO-106 


04713 


SPS6919 


151-0342-00 


TRANS I ST0R : PNP , SI , TO-92 


07263 


S035928 


151-0342-00 


TRANSISTOR: PNP, SI, T0-92 


07263 


S035928 


151-0341-00 


TRANSISTOR:NPN,SI,T0-106 


04713 


SPS6919 


313-1101-00 


RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES,FXD,FILM:100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 OHM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 OHM,5%0.2W 


57668 


TR20JE100E 


311-2234-00 


RES,VAR,N0NWW:TRMR,5K OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 5K 


322-3431-00 


RES, FXD, FILM :301K OHM,1%,0. 2W, TC=T0 


57668 


CRB20 FXE 301K 


322-3289-02 


RES, FXD, FILM: 10K OHM,0.5%,0.2W, TC=T2 


57668 


CRB 20 DYE 10KO 


322-3289-02 


RES, FXD, FILM: 10K OHM,0.5%,0.2W,TC=T2 


57668 


CRB 20 DYE 10K0 


313-1512-00 


RES,FXD,FILM:5.1K 0HM,5%,0.2W 


57668 


TR20JE 5K1 


313-1101-00 


RES,FXD,FILM:100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 OHM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES,FXD,FILM:100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1103-00 


RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


322-3235-00 


RES , FXD , FI LM : 2 . 74K OHM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 2K74 


313-1102-00 


RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR2OJE01K0 


313-1102-00 


RES, FXD, FILM: IK 0HM,5%,0.2W 


57668 


TR2OJE01K0 


313-1103-00 


RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 
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Tektronix 


Corn / ft f ci w i i \ 1 w Kin 

oeri a i / Hssemj i y no. 




Mfr. 


Mfr. Part No. 


Comment No. 


Part No. 


Effective Dscont 


Nans & Description 


Code 


ARD0990 
RD\\6c.c.\J 


•51 o_i coi _nn 
Olo 10451 UU 




dpc Fin FTIM-fiRO OHM 5% 2W 


57668 


TR20JE 680E 


A CD 9 90 n 


OOO-OAOono 




rfc FXI1 FTIM-14 ?K OHM "3% 2W TC=T0 


57668 


CRB 20 DYE 14K2 


ACD000 1 


oi o_i i n*?-nn 

olo llUc UU 




RFS FXD. FTIM-1K OHM R% ?W 


57668 


TR20JE01KO 


ACD9900 
FO\\LLOL 


oi o_i i no_nn 

jIj IIUl UU 




QFS FXn FTIM'IK OHM ^% 2W 


57668 


TR20JE01K0 


A5R2241 


313-1104-00 




RES,FXD,FILH:100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A5R2242 


313-1104-00 




RES,FXD,FILM:100K OHM,5%,0.2W 


57668 


TR20JE100K 


A5K2244 


o 1 o 11 no nn 




KLO, rAU f r ILrl. 1UN Ura*! , OA P U . cW 


57668 


TR20JE10K0 


AbhY2bU 


■3 1 o 11 no An 




□ re prvn FTIM-lk' Orftl ^ fl ?U 
KLOf rAUt rlLH* IN Unrl , O/o r u . t.w 


57668 


TR20JE01K0 


ACDOOC1 

A5K2251 


o 1 3 11 no nn 




pre rvn TTIM-lk' flHM 9U 
KLO f rAU, rlLri. IN Unrf r O/o r u . c.W 


57668 


TR20JE01K0 


ACHOOA1 

AbK2JUi 


oio ii no nn 




KC.0 r rAU , r i Lrl . 1 UN Unrf , Dfy , U . Lrt 


57668 


TR20JE10K0 


A5R2302 


313-1103-00 




RES, FXD, FILM: 10K 0HM f 5% f 0.2W 


57668 


TR20JE10KO 


A5R2303 


313-1103-00 




RES, FXD, FILM: 10K 0HM ( 5%0.2W 


57668 


TR20JE10K0 


Abk7oU4 


oio 11 no nn 
olo-ilUo-UU 




KLO, rAU, rlLrl. 1UN UrH'l, D/a, U . en 


57668 


TR20JE10K0 


AbKdoUb 


01 o 11 no nn 
olo-lluo UU 




t\LO, rAU, r i Lrl. UNI 1 , J/o, U . cw 


57668 


TR20JE10K0 


AbK^oub 


01 o 1 1 no nn 
olo-llUO-UU 




rf^ Fyn ftim-iok ni-w r / n ?w 


57668 


TR2OJE10K0 


A CDOOOn 

AbK.ioYu 


o 1 o i ono nn 
Oio ltUo-UU 




(\CO , rAU , r 1 Lrl . £U!\ UU 1 , O/o , U . Cri 


57668 


TR20JE20K 


A5R2330 


322-3360-02 




RES,FXD,FILM:54.9K OHM,0.5%,0.2W,TC=T2 


57668 


CRB20 DYE 54K9 


A5R2331 


322-3235-00 




RES, FXD, FILM: 2 . 74K OHM , It, . ZW, TC=T0 


57668 


CRB20 FXE 2K74 


ACQ'? ^OO 


0.99-O1 qo nn, 
■jLL OicJO UU 




RFC FXD FII M-1K OHM 1% 2W TC=T0 


57668 


CRB20 FXE 1K00 


A CDOOOO 

AoKtooo 


309 ooox-nn 




rfc FXn FIIM-? 74K OHM 1% 2W TC=T0 


57668 


CRB20 FXE 2K74 


ARDOOO/I 


o.99_oi Q^~nn 




opt; FXn FIIM-1K OHM 1% 2W TC=T0 

I\LJ , r AU , 1 I Lrl. J. IN \Ji II 1 1 -L/o f u . c_n , i o i u 


57668 


CRB20 FXE 1K00 


AoKdo4U 


on ii no_nn 
Oio iiuo UU 




RFC FXfl FIIM-10K OHM S% 2W 


57668 


TR20JE10K0 


A5R2341 


313-1103-00 




RES t FXD, FILM: 10K OHM F 5%,0.2W 


57668 


TR20JE10KO 


A5R2342 


313-1103-00 




RES, FXD, FILM: 10K 0HM ( 5%,0.2W 


57668 


TR20JE10K0 


AbK234j 


010 11 n/i nn 




PF 1 ; FVO FTIM-inOK DHM S / °w 

KLO , rAU, r i Lrl. iuun um, O/o, U.tW 


57668 


TR20JE100K 


AbK2344 


oio 11 r\A nn 
olo-llu4-UU 




pre rvn FT! M- 1 fimC DHM R / fl A/ 
Klj , rAU, r J. Lrl . 1UUN unri f J/o, u. cw 


57668 


TR20JE100K 


AbK234b 


010 11 no nn 




pre rvn fll-W fl ?U 
KtO, rAU, r l Ln. IN Um r O/o p U.t;w 


57668 


TR20JE01K0 


AbK2J4b 


oio 11 no nn 




Qf^ FVH FT! M- inic OfW R / o °w 

Klj, rAU, r 1 Lrl . 1UN UITI P O/o, U . £.w 


57668 


TR20JE10K0 


A5R2370 


313-1102-00 




RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01K0 


A5R2401 


313-1103-00 




RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 




oio 11 no nn 
olo-llUo UU 




RFC FYn FTIM'1f)K DHM ?W 


57668 


TR2OJE10K0 


AoKl4Uo 


oio 1 1 no nn 
olo ilUoUU 




PF C FXI1 FTIM-10K OHM SX ?W 


57668 


TR20JE10K0 




oi o lino nn 
olo llUo-UU 




RFC FYP FTIM-10K OHM R / ?W 


57668 


TR20JE10K0 


i", EDO /I AC 


oio iin/ nn 
010-11U4 UU 




RFC FYn FIIM-100K OHM S% ?W 


57668 


TR20JE100K 


A5R2406 


313-1104-00 




RES,FXD,FILM:100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A5R2407 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


ACDO/tAO 

AoKt4Uo 


oio 11 0.0.-0/1 
OlO 11UO UU 




PF9 FXn FTIM-10K OHM S7. ?W 

l\LO , TAU , r 1 LI I . J. UP. Ul H I , J/O , U . Ln 


57668 


TR2OJE10K0 


A CDOAPiQ 


oio 1 1 no. on 
Olo llUo UU 




RF<; FVn FT 1 M- 1 0K OHM H% ?W 
Klj , r au , r i li i . iui\ urn i , j»,Uilw 


57668 


TR20JE10K0 


ACD0,1 1 A 

AbKc41U 


oio 1 1 r\A no 
olo 11U4-UU 




RFC. FYn FII M- 1 0TIK OHM ?W 

KLJ, TAU, rl Lt 1 . 1 UUIX Ul I'l , J/o , u . Ln 


57668 


TR20JE100K 


A CDOyll 1 

AbrV411 


oio ii no nn 
olo-ilUo-UU 




RFC. FYn FTIM'IOK OHM S% ?W 
Klj , rAU, r 1 Ln. im\ un l, JA>, u. cm 


57668 


TR20JE10K0 


A5R2412 


313-1104-00 




RES, FXD, FILM: 100K 0HM ( 5%,0.2W 


57668 


TR20JE100K 


A5R2413 


313-1103-00 




RES F FXD,FILM:10K OHM,5% f 0.2W 


57668 


TR20JE10K0 


AbKZ414 


010 11 no nn 
oio-liUO-Uu 




KLO, rAU, rlLrl. 1UIS. Unrl, O/a, U .cW 


57668 


TR20JE10K0 


AbK^41b 


010 11 no nn 
olo-llUO-UU 




KLO , rAU t r 1 Lrl . 1 UN UrFI , O/o , U . Ln 


57668 


TR20JE10K0 


ACDO/11 C 

AbK<<41b 


oio ii no nn 
olo-llUo-UU 




RF^ FVH FTtM'inK OrW R / fl ?W 
KLO , rAU , r 1 LIT . X UN urn 1 r O/o , u . cw 


57668 


TR20JE10K0 


A CDOA 1 7 

AbKi.41 / 


010 1 1 no nn 
olo-ilUo-UU 




PF"; FYn FTIM'IDK OHM R / ?W 

f\LO f rAU , r 1 Ln . l UN unn , O/o , U . c.n 


57668 


TR20JE10K0 


A5R2420 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2421 


322-3300-02 




RES, FXD, FILM: 13K 0HM,0.5%,0.2W,TC=T2 


57668 


CRB20 DYE 13K0 


AbK£i4<i^ 






RFC FYn FTIM-14 ?K OHM *?& 2W TC=T0 

Klj , rAU , r 1 Ln . l*r . C1\ Ul 1 1 , u . J/o , u . LI¥ , 1 ' v/ 


57568 


CRB 20 DYE 14K2 


AbKd4oU 






RF 5 ; FYO FIIM-10K OHM S% 2W TC=T2 

l\LO , TAU , r 1 Lrl . JLUPs VJI B 1 , L/ . J/c f iV . CUT r ) o ic 


57668 


CRB 20 DYE 10K0 


A5R2431 


313-1101-00 




RES, FXD, FILM: 100 0rM,5%0.2W 


57668 


TR20JE100E 


A5R2432 


322-3325-00 




RES,FXD,FILM:23.7K OhW, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 23K7 


A5R2433 


322-3289-02 




RES,FXD,FILM:10KOHM,0.5%,0.2W,TC=T2 


57668 


CRB 20 DYE 10KO 


A5R2434 


322-3289-02 




RES , FXD , Fl LM : 1 OK OHM , . 5% , . 2W , TC=T2 


57668 


CRB 20 DYE 10K0 


A5R2440 


313-1104-00 




RES, FXD, FILM: 100K OHM,5%,0.2W 


57668 


TR20JE100K 


A5R2441 


313-1104-00 




RES, FXD, FILM: 100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A5R2442 


313-1104-00 




RES, FXD, FILM: 100K OHM,5%,0.2W 


57668 


TR20JE100K 


A5R2443 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10KO 



8-30 



REV SEP 1989 



2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 


Mfr. Part No. 


Carponent No. 


Part No. 


Effective Dscont 


Nane & Description 


Code 


AED9/1/M 


31 3-i 1 A3— nn 

01 llUO uu 




RFC FYn FTIM-10K OHM R / ?w 

KL J , rAU , r 1 LI T I . 1UIN Urirl , J/o ,\J .Ln 


57668 


TR20JE10K0 


k^GJAlO 
MJi\t i t/ U 


31 3-1 fisi -no 

J1J IDOi UU 




RFC FXD FTIM-RRO OHM 5% ?W 

[\LJ i r AW t i 1 LI 1 • Uuu \Jl III r J'° - " • £ -" 


57668 


TR20JE 680E 


nJi\c. i T/ J. 


31 3-i fisi -no 

OIJ lOOI uu 




t\LJ F rAU , r 1 U 1 p UOU Ul M l r -J/o t \J . C.H 


57668 


TR20JE 680E 


A5R2500 


313-1331-00 




RES, FXD, FILM: 330 OHM,5%,0.2W 


57668 


TR20JE 330E 


A5R2501 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 




OIO 11UO uu 




ore cvn FTIM-10K OHM 5?!; ?W 

l\l_0 f rAL/| 1 1 LI 1 • J.ul\ wl HI, -J/0 , \J . CmVI 


57668 


TR20JE10KD 


A ^9^3 
jUO 


31 3-1 i n3-nn 

OIO 11UO uu 




rf^ pyn FTiM-mic ohm r°/ o ?u 

l\LO r rAU| r 1 Ln . 1 Ul\ UlB 1 p J/o ,U.lW 


57668 


TR20JE10K0 


rtJriC JUM- 


3l3-11f)3-nn 

OIO 11UO uu 




RF^. FXn FT1M*mK OHM S% ?W 

i\LO r rAU f rl U 1 • lUrs^ \J\ Hi r •J/o ,\J.t.n 


57668 


TR20JE10KD 


nJi\cJUJ 


313-1 m3-nn 

OiO HUG uu 




RF^ FXD FTIM-1DK HHM S / ?W 
i\i_o r rAU r r i li i . i ui\ un i f o/o r u . cw 


57668 


TR20JE10K0 


A5R2506 


322-3235-00 




RES , FXD , FI LM : 2 . 74K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 2K74 


A5R2510 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%0.2W 


57668 


TR20JE10KO 


ACDOC1 1 
rtJftc. Jll 


31 3-1 1 n?~on 

OIO 1±\JC uu 




RF^ FXn FTIM-1K OHM ?W 


57668 


TR2OJE01K0 


ttJiNt-Jlc. 


31 3_i 1 09-00 

OIO liUd UU 




RF 1 ; FXD FIIM-1K OHM ?W 


57668 


TR20JE01K0 


HOKc JiO 


31 3-1 1 ft3~nn 
oio iiuo uu 




rf 1 ; Fyn ft i m- 1 ok ohm sx o ?w 


57668 


TR20JE10KO 


ARR9^9H 
n3t\£ Jc.U 


399-31 11-09 
OCL 01/ / Uc. 




rf3 ran niM-fifli ohm n n ?w tc=T2 


57668 


CRB 20 DYE 68 IE 


A5R2521 


322-3177-02 




RES , FXD, FI LM : 681 OHM , . 5% , . 2W, TC=T2 


57668 


CRB 20 DYE 681E 


A5R2522 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR2OJE10K0 


rtjKL. J£0 


31 3-1 KP3-On 
OlO 1DOO UU 




RFC FXn FTIM-R8K OHM ?W 
i\LO , rAU , r J u i . uoi\ uru i , j/o , w . lh 


57668 


TR20JE 68K 


A ^9^9/1 


31 3-1 £R3-nn 

OlO lUOO UU 




RF^; FXD FTIM-R8K OHM 5% ?W 


57668 


TR20JE 68K 


rtoK£DoU 


31 ^-m riR-nn 

OlJ U1UO uu 




RFC FXD FIIM-10M DHM S / ?SU 

r\CO , rAU, r 1 LI I. XUI'I Un'] , J/a, \J . /- Jn 


01121 


CB1065 


A ^9^31 
njKc 301 


31 3-1 1 A1 -flfl 
OiO 11U1 uu 




RF^ FXD FTIM'lflO OHM S / ?U 
i\lo, tau, r l u i. luu vjni i,j/o,v/.ch 


57668 


TR20JE100E 


A5R2532 


313-1683-00 




RES,FXD,FILM:68K OHM,5%,0.2W 


57668 


TR20JE 68K 


A5R2533 


322-3235-00 




RES , FXD , FI LM : 2 . 74K 0HW , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 2K74 


MjKc 004 


399-393^-00 
OLC OtO J UU 




RFC FYn FTIM-? 7dK OHM 1°/ ?U Tf=T0 
i\lo, rAU, r l Ln. c . /*+n um, ia>,u. cn t iu— iu 


57668 


CRB20 FXE 2K74 


AjKiijOj 


399 393£ nn 
od£ o^oD uu 




RFC FYn FTIM-? 7AK OFW 1°/ 7U Tf=Tn 

KLJ , rAU, r ILrl. t . Z'+N Un'l , l/o,U. CVI , IU— 1 U 


57668 


0RR20 FXF 2K74 




31 3-1 1 fi3-/Yl 
010 11UO UU 




RFC FYn FTI M- 1 OkT OHM R / fl ?U 
i\LJ,rAU,ri Lrl . l uix urn i , J/o , u . cw 


57668 


TR20JE10K0 


A^D9R37 


31 3-1 1 09-00 
OlO'llUil UU 




RFC FYn FTIM-K OHM ?W 

r\Lj , TAU, r iLrl. IN unn , J/o , u . cvl 


57668 


TR2O.1F01K0 


A5R2540 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2541 


313-1102-00 




RES,FXD,FILM:1K 0HM,5%,0.2W 


57668 


TR20JE01KO 




31 3-1 1 n3-fif! 
OlO iiUO uu 




RFC FXn FIIM-10K OHM S% ?W 


57668 


TR20JE10KO 


A ^9 ^3 
HJf\£.J t +0 


31 3-1 i 09-nn 

OlO 11UL UU 




RFC FXD FTI M- IK OHM ?W 


57668 


TR20JE01KO 




31 3-1 KR1 -fin 
OIO luOl UU 




RFC FYR FT 1 M • fifin OHM 'i / ?U 

r\L J , TAU , r 1 U 1 . oou unpi , J/o , U . lW 


57668 


TR20JE 680E 


RJr\il JH-J 


3i3_i33i_nn 

OlO 1001 uu 




RFC FYn FTIM-330 OHM 5% ?W 

rvL.o f tau f r i li i • jju ui h i , j/o r u . lh 


57668 


TR20JE 330E 


A5R2560 


313-1222-00 




RES r FXD r FI LM : 2 . 2K 0HM f 5%0.2W 


57668 


TR20JE 02K2 


A5R2601 


313-1331-00 




RES r FXD,FILM:330 0HM,5% r 0.2W 


57668 


TR20JE 330E 


ttOKtOU^ 


31 3-i 1 n3-nn 
oio-iiuo-uu 




RFC; FVn FTIM-10K DHM S / f) ?w 
r\LO , rAU , r 1 Lrl . 1 ui\ unri , o/o , u . en 


57668 


TR20.1F1 0K0 


Rjf\£.OUO 


3i 3-1 1 fi3-nn 
oio iiuo uu 




rfc; Fyn ftim-ioic ohm s°/ o ?w 

r\LO r r Au , r 1 LIT . 1 Ul\ UrH 1 , J/o , U . Lrl 


57668 


TR20,]F10K0 


rtJri.cDU'T 


399-31 Q3_fYl 

dlc oiyo UU 




RFC; FVn FTI M- 1K OHM 17 ?W Tf=Tf) 
r\L o r rAU, r i li i. iin unri t i/o, u . t.w t il-iu 


57668 


TRB20 FXF 1K00 


MDKculU 


313 1 1 f"13 00 
OlO IiUO UU 




RFC: FYn FTtM-ink" OHM R / A 9W 

rxCO, rAU, r 1 Lrl. 1UI\ UrU'l r J/o, U . Lrl 


57668 


TR20.1F10K0 


A5R26U 


313-1104-00 




RES, FXD, FILM: 100K 0HM r 5%,0.2W 


57668 


TR20JE100K 


A5R2612 


313-1512-00 




RES,FXD f FILM:5.1K OHM r 5% r 0.2W 


57668 


TR20JE 5K1 


MDKcDlO 


313 11 ("13-mA 
OlO 11UO UU 




RFC: ryn FTIM-inkT OHM W 9W 

f\LO , rAU, r 1 LI 1 . 1 UK Lfnl" r J/o , U . lW 


57668 


TR20.1F10K0 

1 l\C U Jl_ i. \Jr\v 


ACDOCOn 


31 3-1 1 fi3-fin 
OlO IIUO UU 




RFC; FYn FT! M- Iflk 1 HUM R / 9W 
I\lO , rAU F r i LI 1 . 1 Uin Unrl . j/o , U ■ Cn 


57668 


TR20.1F10K0 




31 3-1 999_nn 

OIO ICCL UU 




RFC; FYn FTIM-? 9k" OHM R / 7U 
i\lO, rAUf r 1 Lrl. t . t.i\ Unrl. JA, U . l.W 


57668 


TR20.1F 0?K? 


ACDOROO 
RjKdDtLiL 


31 3-1 1 01 -OO 
OiO 11U1 UU 




RFC: FYn FTIM-mn nHM R / n 9U 
r\Lo r rAU, r 1 LI 1. 1UU um f J/o, U . lw 


57668 


TR20.1F1 OOF 


A5R2623 


313-1222-00 




RES,FXD,FILM:2.2K OHM,5%,0.2W 


57668 


TR20JE 02K2 


A5R2624 


313-1512-00 




RES,FXD,FILM:5.1K OHM,5%,0.2W 


57668 


TR20JE 5K1 


HJftLOjU 


OCC OIJJ UU 




RFC FXn FTIM-1K OHM 1°/ ?W Tr=T0 
i\l o , rAU, r i lii. 1 1\ un i , i/o , u . t.n , iu iu 


57668 


CRB20 FXE 1K00 


HjKlOOI 


399_3?3c;_nn 

OCC OCJD UU 




RFC FXD FTIM-? 7AK OHM 1% ?W TC=T0 
r\r_ j , tau, r i li i .ci tlx un i , l/o , u ■ en , l< iu 


57668 


CRB20 FXE 2K74 


A5R2632 


322-3193-00 




RES,FXD,FILM:1K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A5R2640 


313-1103-00 




RES,FXD,FILM:10K OHM,5%.0.2W 


57668 


TR20JE10KO 


A5R2641 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2642 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2643 


313-1103-00 




RES. FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2644 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2645 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2650 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2661 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 



REV SEP 1989 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 




Ccnponent No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A5R2701 


313-1103-00 




RES,FX0,FILM:10K QHM,5%0.2W 


57668 


TR20JE10K0 


A5R2702 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2703 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2704 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2705 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2706 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


1 K2UJtlUM) 


A5R2707 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE1QK0 


A5R2708 


313-1103-00 




RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10KO 


A5R2709 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2710 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10KQ 


A5R2711 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2712 


313-1103-00 




RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR2QJE10K0 


A5R2720 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2721 


313-1203-00 




RES,FXD,FILM:20K 0HM,5%,0.2W 


57668 


TR20JE20K 


A5R2730 


313-1203-00 




RES, FXD, FILM: 20K 0HM,5%,0.2W 


57668 


TR20JE20K 


A5R2731 


315-0107-00 




RES, FXD, FILM: 100M OHM,5%,0.25W 


01121 


CB1075 


A5R2732 


315-0107-00 




RES, FXD, FILM: 100M OHM,5%,0.25W 


01121 


CB1075 


A5R2733 


322-3235-00 




RES,FXD,FILM:2.74K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 2K74 


A5R2734 


313-1102-00 




RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01K0 


A5R2735 


313-1102-00 




RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01K0 


A5R2740 


322-3193-00 




RES, FXD, FILM: IK OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 1K00 


A5R2741 


313-1101-00 




RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE1XE 


A5R2742 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%0.2W 


57668 


TR20JE10K0 


A5R2770 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10KD 


A5TP2070 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A5TP2420 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A5TP2421 


131-0608-00 




TERMINAL, PIN: 0.365 L X 0.025 BRZ GLD PL 


22 526 


48283-036 


A5TP2701 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A5U2101 


156-1589-00 




MICROCKT,LINEAR:D/A C0NV.12 BIT,HS,M0N0 


06665 


DAC312FR 


A5U2140 


156-1342-01 




MICROCKT,DGTL:NM0S,MPU, 8-BIT W/CLK 


04713 


SC67127P 


A5U2160 


160-5370-04 


B010100 B013456 


MICR0CKT,DGTL:65536 X 8 EPROM.PRGM 


80009 


160-5370-04 


A5U2160 


160-5370-08 


B013457 B015247 


MICR0CKT,DGTL:65536 X 8 EPROM.PRGM 


80X9 


160-5370-08 


A5U2160 


160-5370-09 


B015248 


MICROCKT.DGTL: 65536 X 8 EPROM.PRGM 


80009 


160-5370-09 








(NOT PART OF A5 BOARD) 






A5U2201 


156-0865-00 




M I CROCKT , DGTL : OCTAL D FF W/CLR 


80X9 


156-0865-00 


A5U2210 


156-0391-00 




MI CRXKT , DGTL : LSTTL , HEX D TYPE FF W/CLEAR 


04713 


74LS174(N OR J) 


A5U2220 


156-0956-00 




MICROCKT, DGTL: OCTAL BFR W/3 STATE OUT 


18324 


N74LS244(N OR F) 


A5U2240 


156-2396-00 




MICROCKT,LINEAR:BIPOLAR,MPU RESET GENERATOR 


01295 


TL7705 ACP 


A5U2250 


160-5061-00 




MICROCKT , DGTL : PROGRAMMABLE LOGIC DEVICE 


80009 


160-5X1-00 


A5U2260 


160-5371-04 


B010100 B013456 


MICROCKT , DGTL : 65536 X 8 EPROM.PRGM 


80009 


160-5371-04 


A5U2260 


160-5371-08 


BO 13457 B015247 


MICROCKT, DGTL: 65536 X 8 EPROM.PRGM 


80009 


160-5371-08 


A5U2260 


160-5371-09 


B015248 


MICROCKT, DGTL: 65536 X 8 EPROM.PRGM 


80X9 


160-5371-09 








(NOT PART OF A5 BOARD) 






A5U2301 


156-0865-00 




MI CRXKT, DGTL: OCTAL D FF W/CLR 


80X9 


156-0865-X 


A5U2310 


156-0865-00 




MI CRXKT , DGTL : OCTAL D FF W/CLR 


80X9 


156-0865-00 


A5U2350 


156-0956-00 




M I CRXKT , DGTL : XTAL BFR W/3 STATE OUT 


18324 


N74LS244(N OR F) 


A5U2401 


156-0513-03 




MICROCKT, LINEAR:CMOS, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 


A5U2410 


156-1486-00 




MICRXKT,DGTL:CM0S,8 CHANNEL DATA SEL 


02735 


CD4512BFX 


A5U2420 


156-1200-01 




MICRXKT,LINEAR:BIFET,QUAD OPNL AMPL.SCRN 


80009 


156-1200-01 


A5U2430 


156-12QQ-Q1 




M I CRXKT , L I NEAR : B I FET , QUAD OPNL AMPL , SCRN 


80009 


156-1200-01 


A5U2440 


156-0388-00 




MI CRXKT, DGTL: DUAL D FLIP-FLOP 


01295 


SN74LS74 N OR J 


A5U2450 


156-1065-00 




MICRXKT,DGTL:XTAL D TYPE TRANS LATCHES 


01295 


SN74LS373N 


A5U2460 


156-2473-00 




IC,MEM0RY:CM0S,SRAM;8K X 8,200NS,10UA 


TK0961 


UPD4464C-20 


A5U2501 


156-0513-03 




MICRXKT,LINEAR:CM0S,8 CHAN ANALX MUX 


04713 


MC14051BCL 


A5U2510 


156-1126-01 




MICRXKT,LINEAR:VOLTAGE COMPARATOR, SELECTED 


01295 


LM311JG4 


A5U2520 


156-1191-01 




MICRXKT, LI NEAR :BI FET, DUAL OPNL AMPL.SCRN 


80009 


156-1191-01 


A5U2521 


156-0513-03 




MICROCKT, LINEAR:CM0S, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 


A5U2530 


156-0513-03 




MICRXKT, LINEAR:CMOS, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 



8-32 
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2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 




Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 




100 if Lc uu 




UTPDtfVI/T r^pTi .Lilt ucv TMiirnTm 


04713 


MC74F04ND 




1 ^R-tMRQ-nn 

1JO uu 




nlLKUtNl ,UblL: J-LINt !U 0-LiNt UtUJUtK 


m one 
01233 


bN/4LblooN 


awroi 


±DD \JDlO \JO 




UTPDnP^T 1 TMrAD.PMPiC O PUrtM AMftl nr hill ix/ 

nlLKUl-Nl ,LlNtAK:tMUb,o LHAN ANALUb MUX 


04713 


MC14051BCL 


A5U2620 


156-1200-01 




MICR0CKT, LI NEAR :BIFET, QUAD 0PNL AMPL.SCRN 


80009 


156-1200-01 


A5U2630 


156-1200-01 




MICROCKJ,LINEAR:BIFET,QUAD 0PNL AMPL.SCRN 


80009 


156-1200-01 


A5U2640 






MTPDnrtr rv^Ti . t/i qtt qtmadv r*miMTCD 
niLKULM r Ubl L. J.4-D1 i DlNAKT L-UUNItK 


U4/lo 


i^i4U^UDU_ 


A 51 12650 

A JVC. U«Jv/ 


lOO uou't uu 




uTPDrvpuT rvTi • m lAnm mi c c n [ atpu 
M1UKULK.I ,UblL:ljUAUKUrLt b-K LAIUi 


04713 


74LS279(N OR J) 


A5U2660 


156-1026-00 




MTronrirr rum i tnf to 1 i tnf nrrnnPD 

nlUKUvM , IflJ I L.4 LINt IU 1 LJ.INL ULLUUtK 




7>l l C1 c/im 
/4Lbi04N 


A5VR2420 


152-0278-00 




SEMIC0ND DVC,DI:ZEN,SI,3V,5%,0.4W,D0-7 


80009 


152-0278-00 


A5W511 


174-0002-00 




CA ASSY,SP,ELEC:26,28 AWG.2.0 L 


80009 


174-0002-00 


A5W512 


174-0001-00 




CA ASSY,SP,ELEC:34,28 AW6.2.0 L 


80009 


174-0001-00 


A5W2070 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


0MA 07 


A5W2540 


131-1817-01 




BUS, CONDUCTOR: 22 AWG.2.0 TO 2.125 SPACING 


TK1492 


ORDER BY DESCR 


A5W2610 


131-1817-01 




BUS, CONDUCTOR: 22 AWG, 2.0 TO 2.125 SPACING 


TK1492 


ORDER BY DESCR 


A5W2701 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 


A5Y2540 


158-0248-01 




XTAL UNIT, QTZ: 10. 0OOMHZ, 0.01% SER RESONANT 


14301 


011-669-02923 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 






n i r. 


Mfr. Part No. 


Component No. 


Part No. 


Effect i ve 


Dscont 


Name & Description 


Code 


A5 


671-0965-00 


B050000 




CIRCUIT BD ASSY: CONTROL/READOUT/BUFFER 




R7 1-0965-00 


ft rfOAi f\ 

A5C2010 


f~J/~\r\ CAAA AA 

2au-booy-uu 






o«n rvn ci PTI T. 

CAP.FXU.tLULI : 


1 CI IC ocil 

lbUr , tiDv 


56289 


293D156XO025D2T 


A5C2011 


290-5009-00 






CAP.FXD.ELCTLT: 


15UF.25V 


56289 


293D156X0025D2T 


A5C2101 


Aon r~ aa. n a a 

283-5098-00 






CAP.FXD.CER 01: 


0.1UF.50WVDC 


TK2282 


W1 206Z104Z2B04 


A5C2110 


283-5188-00 






CAP,FXD,CER DI: 


100PF,5%,100V 


04222 


12061A101J1T050R 


A5C21H 


283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2113 


290-0943-02 






CAP.FXD.ELCTLT: 


47UF,20%25V 




IIVX1F470MAA1TD 

UVA1 / \JI inrl x 1 U 


A5C2160 


AAA F f\t~\ A A A 

283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVDC 


TK??82 


W1 70671 0477B04 


A5C2220 


283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVDC 


TK??R? 


U120R710472B04 


A5C2221 


283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVDC 


1 r\£LO£ 


U1 70671 0477B04 


A5C2222 


283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2230 


283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2240 


AAA r AHfl AA 

283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVDC 




W1 20671 0472B04 


A5C2241 


AAA FAAA A A 

283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVDC 




U1 20671 0472B04 


A5C2250 


oaa faaa aa 

283-5098-00 






CAP.FXD.CER DI: 


0.1UF.50WVX 


TK??8? 


U1 20671 0472B04 


A5C2321 


AAr 1 AA1 A*1 

285-1301-Oi 






CAP,FXD,MTLZD:0.47UF,107o,50V 


55112 


1850 47K50ABB 


A5C2322 


283-5114-00 






CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2323 


283-5114-00 






CAP.FXD.CER DI : 0. 1UF, 10%, 50V ,X7R. 1206 PKG 


TK2282 


W1206X104K2B04 


A5C2324 


283-5003-00 






CAP.FXD.CER DI:0.01UF,10%,50V 


14674 


12065C103KAT060R 


A5C2325 


Ann rAAi aa 

283-5003-00 






CAP.FXD.CER DI:0.01UF,10%,50V 


14674 


12065C103KAT060R 


A5C2330 


AO!" 1 AA1 A1 

285-1301-01 






CAP, FXD.MTLZD: 0.47UF, 10%, 50V 


55112 


1850.47K50ABB 


A5C2331 


290-0943-02 






CAP.FXD.ELCTLT: 


:47UF,20%,25V 


55680 


UVX1E470MAA1TD 


A5C2332 


283-5114-00 






CAP.FXD.CER DI: 


:0.1UF,10%50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2333 


283-5114-00 






CAP.FXD.CER DI: 


:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2350 


290-5009-00 






CAP.FXD.ELCTLT: 


:15UF,25V 


56289 


293D156X0025D2T 


A5C2352 


AAA F A A A A A 

283-5098-00 






CAP.FXD.CER DI: 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2360 


AAA rnAA AA 

283-5098-00 






CAP.FXD.CER DI: 


;0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2415 


AAA F A A A A A 

283-5098-00 






CAP.FXD.CER DI: 


:0.1UF,50WVDC 


TK2282 


W12O6Z104Z2B04 


A5C2420 


290-5009-00 






CAP.FXD.ELCTLT 


;15UF,25V 


56289 


293D156X0025D2T 


A5C2421 


283-5114-00 






CAP.FXD.CER DI 


:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


n r f~- a ^ no 

A5C2422 


I :o 1 3-bl9/-UU 






CAP.FXD.CER DI 


:330PF,5%,100V 


TK2282 


W1206C331J3B05 


A5C2425 








CAP.FXD.CER DI 


:0.01UF,lO%,50V 


14674 


12065C103KAT060R 


A5C2430 


AAr 1 AA1 A1 

285-1301-01 






CAP, FXD, MTLZD : . 47UF ,10%, 50V 


55112 


1850.47K50ABB 


A5C2431 


OOO CI 1 A AA 

283-5114-00 






CAP.FXD.CER DI 


:0.1UF,10%,50V,X7R,1206 PKG 


JK2282 


W1206X104K2B04 


A5C2432 


283-5114-00 






CAP,FXD,CER DI 


:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2433 


283-5114-00 






CAP.FXD.CER DI 


:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


Abu:4o4 


OQ*3 CI 1 A Pif\ 






CAP.FXD.CER DI 


:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


ft TT>f\ A At\ 

A5C2440 


aaa CAAO AA 

£o3-b09o-W 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2450 


AAA rAAO AA 

283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2451 


AAA FAAO A A 

283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2452 


283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2460 


283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2465 


AAA r" 1 A A AA 

283-5188-00 






CAP.FXD.CER DI 


:100PF,5%,100V 


04222 


12061A101J1T05QR 


A5C2501 


AAA r"AAA AA 

283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


U1206Z104Z2B04 


A5C2510 


AAA FAAO AA 

283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


U1206Z104Z2B04 


A5C2511 


283-5197-00 






CAP.FXD.CER DI 


:330PF,5%100V 


TK2282 


U170RT331J3B05 


A5C2520 


283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2521 


283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2530 


283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2540 


AAA F A A A A A 

283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 




283-51 1 4-00 


B050000 


B050253 


CAP.FXD.CER DI 


:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2542 


283-5098-00 


B050254 




CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2550 


283-5098-00 






CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2610 


283-5098-00 






CAP.FXD.CER DI 


:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2621 


283-5114-00 






CAP.FXD.CER DI 


:0.1UF,10%50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2622 


283-5114-00 






CAP.FXD.CER DI 


:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2623 


283-5114-00 






CAP.FXD.CER DI 


:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X-104K2B04 


A5C2629 


283-5098-00 






CAP.FXD.CER DI 


-.0.1UF.5QWVDC 


TK2282 


W1206Z104Z2B04 



8-34 



REV SEP 1989 



2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Asssibly No. 




Mfr. 




Carponent No. 


Part No. 


Effective Dscont 


Nane & Description 


Code 


Mfr. Part No. 


A cpocqa 
AdLcDdU 


OOO C1 1 A aa 

20J-3114-UU 




r*fl n rvn pen m a 1 1 ir 1 ao/ cr\\i V7A 1 oac Dl/P 

CAP.FXD.CER DI :0.1UF,10%,50V,X7R,120b PKb 




1 (1 9nCV1 f\A\/ODr\A 
W I C UOA 1 U4N£ DU4 


AdLcooI 


ooo c i 1 /i aa 




Pftn rvn pern ni .n 1 mc ifW caw V7D 1 oac ow 
LAP.hXU.lER Ui :U. lUr,lU%,0Uv,X/K,i2ub KKb 


Tl^9909 


W I c UOA I U4f\ii DU4 


AdLcodc 


OOQ C1 1 A fin 

2tM-bl 14-00 




p/\n cvn pen nr. a i i ic i a°/ caw v"7D i one DfP 
LAP.rXD.LtR Ul:0.1Ur,lUft,3UV,X/R,12ub HNb 




ui 9ncvi n/if9Dn/i 
Wl ^UoA 1 U4fv:DU4 


A5C2633 


283-5003-00 




CAP,FXD,CER DI:0.01UF,10%,50V 


14674 


12065C103KAT060R 


A5C2634 


283-5003-00 




CAP.FXD.CER DI:0.01UF r 10%,50V 


14674 


12065C103KAT060R 


MD0CD4U 


ooo epos nn 
coo ouyo uu 




pad rvn pcd nt.n iiic cala/hp 
LAr r rAU,LLK Ui . U. IUr P DUWVUL 


TVOOQO 
! Fs£l£Oc 


U1 9HK71 nA79Rnd 
wlcUOX_IU4Z.£DU4 


nDUc O^l 


9R3-C.nO.R-nn 

coo ouyo uu 




pap cvn pfd m-n iiif c;mif\/rr 

L-Ar, rAU, L-tK Ul . U. lUr , DUWVIX 


T^99ft9 
i t\ll.Ol. 


Ul 9nfi71 CIA79R0A 


AOLcODU 


9QQ cnoo nn 

coo-ouyo-uu 




tad rvn ncD m.n iiir CAi,n/np 


Tl/9909 


U1 9nR71 f)A70Rf)A 
W 1 L UDi. 1 U4Z.^ D U4 


A.^P?79n 
KXjCt CU 


9RC-1 oni _ni 




LAr, rAU r ril LiU. U.4/Ur , lU/o, OUV 


ttl 1 9 


IODU.4/ INDUMDD 


A5C2721 


283-5114-00 




CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2722 


283-5114-00 




CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


Acp97on 
ADLc/oU 


ooo ci i /i nn 




pad cvn rro nT-n uir m°/ ^nv/ Y7D i9nK dic'i^ 
LAr r rAU r LtK Ui . U. iUr f lU/o F DUV r A/K r itUb rNo 


Ttf9009 

I KecOc 


W 1 L UDA 1 U4t\£ D U4 


AEP97Q 1 

AoLc/ol 


ooc 1 oni ai 
coD-loUl-Ul 




pad rvn uti 7n . n ji7iir 1 no/ enw 
LAP f rAU , n I Llu : U . 4/ Ur , I U7o , DUV 


CC1 1 9 
DDilt 


1 Qt;n /171/cnADn 
iooU - 4 / NDUAdd 


ACP0700 

ADLc/Dc 


cod-1oU1-U1 




pad cvn MT!7n.n A7WC IfW CAW 

LAr r rAU r ri 1 LZU . U . 4/ Ur r iUA f DUV 


1 9 


1 ODU . 4/ KDUAdd 


ACP97QQ 


coD-loUl-Ul 




pad rvn uti 7n.n A7\ic in°/ cm; 
LAr, rAU, Ml LZ.U:U.4/Ur , IU%, DUV 




1 Q£n /17k'C:nARR 
1 oDU . 4 / nDUAdd 


A5C2734 


283-5114-00 




CAP,FXD,CER DI:0.1UF P 10% r 50V f X7R F 1206 PKG 


TK2282 


W1206X104K2B04 


A5C2820 


283-5098-00 




CAP,FXD F CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


ADLcoci 


90*2 eagq nn 
coo-Duyo-UU 




pad rvri ppd riT-n 1 i IC £fTiJWnp 
LAr r rAU F LLK Ul . U. lUr ,DUWvUL 


T|('99Q9 


U/1 9nS71 f)A79Rf\A 
Vile UDi. I U4Z.C DU4 


Acpooon 

adlcoou 


9Q , 5 cnoo nn 

coo-Duya-uu 




pad cvn pfd m - n 111c t^ni.A/np 
UAr ( rAU,LLK ul . U. iUr r DUWvUL 


TVOOQO 
1 hLCOC 


L/1 9nK71 (\A70RC\A 
WltUDi.lUHi.cDU4 


ADLcOOl 


9qq cnoQ nn 
coo-DUytJ-UU 




pad rvn pro m.n iiir c:ni a A;np 
LAr,rAU,LtK Ul .U. IUr , DUWVUL 


1 V^LLOC 


ui 9nK7i n/i79Rn^ 

WlcUDi.lU4i.cDU4 


rtDLcoOD 


coo ouyo uu 




cap pyh rro nj-n iiif r;nw\/nr 

L-Mr , rAU r UlK UJ. -U. IUr jDUWVUL 


Tk'99ft9 


U1 90P.71 f)A79P,C)A 


A5C2836 


283-5098-00 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2850 


283-5098-00 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 




oqq cnQQ nn 
coo ouyo UU 




tad ryn pfd nT-n 1 1 ir ^plnpt 

UAr p rAU r OtLK UJ. . U. IUr , DUWVUu 


Tlc'99ft9 
1 


W19nR7inA79Rnil 
H I C UDi. 1 U4i, C DU4 


HDL-coDD 


900 caqq nn 
coo-Duyo-uu 




pap rvn prp nT*n ii if c;nu\/nr 

LAr r rAU,LLK Ui . U. IUr P DUWVUV 


TK998.0 
I IvCcoti 


U1 90R71 HA79RH4 




9£"3-cnoft-nn 

tOj jIWu UU 




pad cvn pfd r\T-n iiif Rnuunr 

UAr r rAU,UCf\ Ul -U. IUr r DUWVUU 


TVOO&O 


U1 9HK71 nA79RHil 
W 1 C UDi. 1 \J*rL c D U*t 


ADL-coOl 


900 cnoQ nn 




pad cvn pfd m-n iiif ^nijunp 

\J\r f rAU r Ut(\ Ul .U. IUr T DUWVUL. 


TY009D 


W i c UDi. I U4Z-CDU4 


A5C2870 


283-5098-00 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2875 


283-5098-00 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


ACpOOOC 

AOLcOOD 


ooq cnaft nn 
loj jUjO uu 




pad rvn pfd nT-n iiif ^ni.n/np 

L.Ar p rAU f LLK Ul . U. iUr r DUWvUL 


Tk'99ft9 
1 l\£.coc 


WlcUDi.iU4i.cDU4 


ADLcoyU 


OO'S cnoQ nn 
coo-DUyo UU 




pad cvn pfd nT-n 111c ^nuwnp 
LAr.rAUfLtK Ul . U. IUr r DUWVUL- 


TY009.0 


w1cUDZ.1U4ccdU4 


a croon 1 
ADLcjUI 


009 cnoo nn 
(lOO-Duyo-UU 




pad cvn pcd m.n uir cni.A/np 
LAr,rAU r LtK Ui . U. IUr r DUWVUL 


TV99Q9 


W1cUdZ.1U4Z.cdU4 


ADLcyUD 


9Q"3 cnoo nn 
coo-Duyo-uu 




pad cvn pfd ni-n uif c:m./\/np 
L-Ar p rAU,LtK Ul . U. IUr P DUWVUL 


TI/9909 


wi 9n^7i n/i79Rnyi 

WlcUDZ.lU4i.CDU4 


A5C2911 


283-5003-00 




CAP r FX0,CER DI:0.01UF F 10% F 50V 


14674 


12065C103KAT060R 


A5C2913 


283-5098-00 




CAP P FXD P CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


ADLcycb 


900 caoq An 

coo-Duyo-uu 




PAD CVn PCD ni.A IIIC EAi A/np 

L.Ar r rAU t LtK Ui :U. iUh .bUWVLL 




I (1 9AC71 (\A10GCiA 

W1cUDc1U4Z.(:dU4 


ADLcy4U 


900 cnoQ nn 
coo-DUyo-UU 




pad cvn pcd nT . n 111c cnj.ninp 
UAr p rAU,LtK Ul -U. IUr f dUWvuL 


TV99Q9 


ui 9nc7i A/i79Rnyi 
WlcUbi.lU4i.cDU4 


ADUcyDU 


oqi cnoQ nn 
too ouyo UU 




pad cvn pfd m-n 111c cnuwnp 
OAr p rAU f L.tK Ul .U. iur r DUWVUL 


Tf99C9 


U1 9n^71 nA79RnZL 
WlcUDi.lU4i.cDU4 


Acp9Qcn 
ADLcyDU 


9Q9 cnoQ nn 
coo-DUyo-UU 




pad rvn pcd ni . n iiir cm.Aynp 
LAr p rAU f t-tK Ul . U. IUr , DUWVUL 




ui 9n£7i n/79Rn/i 
WlcUOi.lU4ccDU4 


A5C2965 


290-5009-00 




CAP,FXD,ELCTLT:15UF,25V 


56289 


293D156X0025D2T 


A5C2970 


283-5098-00 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


ADLcyoU 


9Q9 caqq nn 
£oo-DUyo - UU 




pad cvn pcd m.n 111c cni.n/np 
LAr p rAU,LtK Ul . U. IUr , DUwvUL 


TV 99Q9 


U1 9nR71 n/t79Rn/! 

W 1 C U DZ. 1 U4Z. c t3U4 




9Qn cnno nn 
cyu-ouuy-uu 




PAD FYn FIPTIT-1CI1F 

LAr p rAU r tLLILI . lDUr^DV 


Ducoy 


9Q*5ni c;KYnn9^n9T 

cyoUlDDAUUcDUc 1 


ADLcyyu 


9SJ , 3 cnoo nn 

coo-Duyo-uu 




pad cvn pcd nT . n 1 1 ir cm.A/np 
LAr F rAU r LtK Ul :U. IUr p DUwVUL 


TV99Q9 


U 1 9nK7 1 (\A 70Rf\A 
WlcUDclU4i.ct5U4 




900 cnaci nn 
coo Duyo uu 




pad Fvn pfd m-n iiif c.nLA/np 
LAr p rAU,LtK Ul .U. IUr p oUWVUL 


1 Klcoc 


ui 9n^7i n^79Rnid 

W 1 cUDZ. 1 U4i.cDU4 


A5CR2230 


152-5004-00 




SEMIC0ND DVC,DI:SI r SW,SER PR P 70V 


04713 


BAV99T1 


A5CR2332 


152-5004-00 




SEMICON0 DVC,DI:SI f SW F SER PR P 70V 


04713 


BAV99T1 


AD0Kc4cU 


1 ^9-E.nnvi nn 

1 DC ~DUU4~UU 




CFMTPPiMn nWP nT-CT CI.) CCD PD 7AW 
otnlLUINU UVL, Ul . ol p oW F oLK rK p /UV 


U4/ 10 


□Avyy i 1 


ADLKc4cl 


1 K9 cnn/i nn 
IDc DUU4-UU 




cFMTpnwn nwp nT-ci cu qfd dp 7n\/ 

otnlLUINU UVLfUi .ok r jW f otK rK,/UV 


U4/ 10 


RA\/QQT1 

DAvyy 1 i 


fWUriCHCC 


1 S?_cnn/-nn 






0471 3 




A5CR2423 


152-5004-00 




SEMICOND DVC,DI:SI,SW,SER PR.70V 


04713 


BAV99T1 


A5CR2610 


152-5005-00 




SEMICOND DVC.DI:DUAL,C0MM0N ANODE, 70V, BAW56 


04713 


MBAW56TI 


A5CR2620 


152-5005-00 




SEMICOND DVC.DI : DUAL, COMMON ANODE , 70V , BAW56 


04713 


MBAW56TI 


A5CR2621 


152-5005-00 




SEMICOND DVC.DI:DUAL,C0MM0N ANODE, 70V, BAW56 


04713 


MBAW56TI 


A5CR2640 


152-5005-00 




SEMICOND DVC,DI:DUAL, COMMON ANODE, 70V, BAW56 


04713 


MBAW56TI 


A5J251 


131-3360-00 




CONN, RCPT,ELEC: HEADER, STR, 20 PIN 


53387 


3592-6002 


A5J411 


131-3362-00 




CONN . RCPT , ELEC : HEADER , STR , 26 PIN 


53387 


3593-6002 


A5J501 


131-4671-00 




C0NN,RCPT,ELEC:1 X 3,0.1 SPACING 


80009 


131-4671-00 
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Ccnponent No. 


Tektronix 
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Serial/Assembly No. 
Effective Dscont 


Nane & Description 


Mfr. 
Code 


Mfr. Part No. 


A5J503 


131-4671-00 




C0NN,RCPT,ELEC:1 X 3,0.1 SPACING 


80009 


131-4671-00 


A5J504 


131-4671-00 




C0NN,RCPT,ELEC:1 X 3,0.1 SPACING 


80009 


131-4671-00 


A5J511 


131-3362-00 




CONN , RCPT , ELEC : HEAD ER , STR , 26 PIN 


53387 


3593-6002 


A5J512 


131-3364-00 




CONN , RCPT , ELEC : HEADER, STRAIGHT, 34 PIN 


53387 


3594-6002 


A5J651 


131-3360-00 




CONN , RCPT , ELEC : HEADER , STR , 20 PIN 


53387 


3592-6002 


A5J652 


131-3360-00 




CONN, RCPT, ELEC: HEADER, STR ,20 PIN 


53387 


3592-6002 


A5J4241 


131-3323-00 




CONN , RCPT , ELEC : HEADER, STR , 2 X 20,0.1 CTR 


22526 


66506-025 


A5J4330 


131-3152-00 




CONN , RCPT , ELEC : HEADER , 2 X 8 0.1 SPACING 


22526 


66506-043 


A5P501 


131-0993-00 




BUS, CONDUCTOR: SHUNT ASSEMBLY, BLACK 


22526 


65474-005 


A5P503 


131-0993-00 




BUS , CONDUCTOR : SHUNT ASSEMBLY, BLACK 


22526 


65474-005 


A5P504 


131-0993-00 




BUS, CONDUCTOR: SHUNT ASSEMBLY, BLACK 


22526 


65474-005 


A5Q2320 


151-5001-00 




TRANSISTOR:NPN , SI , S0T-23 


80009 


151-5001-00 


A5Q2805 


151-5001-00 




TRANS I ST0R : NPN , SI , S0T-23 


80009 


151-5001-00 


A5R2001 


321-5006-00 




RES, FXD, FILM: 100 0HM,1%,0.125W 


01121 


BCK1000FT 


A5R2002 


321-5006-00 




RES, FXD, FILM: 100 OHM,l%,0.125W 


01121 


BCK1000FT 


A5R2004 


321-5006-00 




RES, FXD, FILM: 100 OHM,l%,0.125W 


01121 


BCK1000FT 


A5R2005 


321-5006-00 




RES, FXD, FILM: 100 OHM,1%,0.125W 


01121 


BCK1000FT 


AoK^uub 


nil rrvAr* nrt 

321-5006-00 




RES, FXD, FILM: 100 0HM,1%,0.125W 


01121 


BCK1000FT 


A5R2007 


321-5006-00 




RES, FXD, FILM: 100 OHM,1%,0.125W 


01121 


BCK1000FT 


A5R2010 


311-5038-00 




RES,VAR,N0NWW:TRMR,20K 0HM,25%,0.1W 


32997 


3314A-1-203E 


A5R2011 


321-5026-00 




RES , FXD , FI LM: 4 . 75K, 1%, . 125W 


01121 


BCK4751FT 


A5R2012 


321-5165-00 




RES, FXD, FILM: 10K OHM, . 1%,0. 125W, TC=T9 


80009 


321-5165-00 


A5R2013 


321-5165-00 




RES, FXD, FI LM: 10K OHM , . 1%, . 125W, TC=T9 


80009 


321-5165-00 


A5R2014 


321-5167-00 




RES,FXD,FILM:221K OHM,1%,0.125W 


80009 


321-5167-00 


A5R2015 


321-5041-00 




RES, FXD, FILM:82. 5K, 1%, 0. 125W 


01121 


BCK8252FT 


A5R2016 


321-5018-00 




RES, FXD, FILM: 1 . 00K, 1%, 0. 125W 


01121 


BCK1001FT 


A5R2101 


321-5006-00 




RES,FXD,FILM:100 OHM,l%,0.125W 


01121 


BCK1000FT 


A5R2102 


321-5006-00 




RES,FXD,FILM:100 0HM,1%,0.125W 


01121 


BCK1000FT 


A5R2103 


321-5006-00 




RES,FXD,FILM:100 0HM,1%,0.125W 


01121 


BCK1000FT 


A5R2104 


321-5006-00 




RES, FXD, FILM: 100 OrM,l%,0. 125W 


01121 


BCK1000FT 


A5R2201 


321-5030-00 




RES,FXD,FILM:10.0K,1°/.,0.125W 


01121 


BCK1002R 


A5R2202 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2203 


321-5030-00 




RES,FXD,FILM:10.0K,1°/.,0.125W 


01121 


BCK1002R 


A5R2204 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2205 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


IvMddliJ 


321-5030-00 




RES,FXD,FILM:10.0K,1%0.125W 


01121 


BCK1002FT 


A5R2211 


321-5030-00 




RES,FXD,FILM:10.0K,1%0.125W 


01121 


BCK1002FT 


A5R2212 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2213 


321-5030-00 




RES, FXD, FILM: 10. OK, 1%, . 125W 


01121 


BCK1002FT 


A5R2214 


321-5030-00 




RES,FXD,FILM:10.0K,1%0.125W 


01121 


BCK10Q2FT 


A5R2215 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002F 


A5R2220 


321-5018-00 




RES, FXD, FILM: 1 . 00K, 1%, . 125W 


01121 


BCK1001FT 


A5R2230 


321-5165-00 




RES , FXD , FI LM : 1 OK OHM , . 1% , . 1 25W , TC=T9 


80009 


321-5165-00 


A5R2231 


321-5022-00 




RES, FXD, FILM: 2 . 21K, 1%, . 125W 


01121 


BCK2211FT 


A5R2232 


321-5022-00 




RES , FXD, FILM: 2 . 21K, 1%, . 125W 


01121 


BCK2211FT 


A5R2241 


321-5047-00 




RES, FXD, FILM: 1O0K, 1%, 0. 125W 


01121 


BCK1003FT 


A5R2242 


321-5047-00 




RES, FXD, FILM: 100K, 1%,0. 125W 


01121 


BCK1003FT 


A5R2244 


321-5030-00 




RES, FXD, FILM: 10 . OK, 1%, . 125W 


01121 


BCK1002R 


A5R2251 


321-5018-00 




RES, FXD, FILM: 1.00K,1%,0. 125W 


01121 


BCK1001FT 


A5R2301 


321-5030-00 




RES , FXD , FI LM : 10 . OK, 1%, . 125W 


01121 


BCK1002FT 


A5R2302 


321-5030-00 




RES,FXD,FILM:10.0K,r/=,0.125W 


01121 


BCK1002FT 


A5R2303 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2304 


321-5030-00 




RES , FXD, FI LM: 10 .OK, 1% 0. 125W 


01121 


BCK1002FT 


A5R2305 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2320 


321-5034-00 




RES,FXD,FILM:22.1K,1%,0.125W 


01121 


BCK2212FT 


A5R2321 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2322 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002F 


A5R2323 


321-5032-00 




RES,FXD,FILM:15.0K,1%,0.125W 


01121 


BCK1502FT 
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A5R2329 


321-5036-00 




PFS FYn FTI M- 33 9K 1°/ fl 1 9cu 
r\co , rAU, r i lh. oo . i/o, y . i^DW 


m 1 91 

Ulldl 


Drif'"3 - 399LT 


A5R2330 


321-5027-00 




RFS FXfl FTIM-^ R?K 1°/ fl 1?U 


m 1 91 

Ul ici 


Dpirccoi rj 
DLNJUfllr 1 


A5R2331 


321-5023-00 




RFS FXD FTIM-? 74K 17 fl 17QJ 

r\LO , TAU, 1 1 Lrl. c . /*tN, l/o, U . IcOW 


ni 191 

Ull.il 


DLNd/4lr i 


A5R2332 


321-5018-00 




RES r FXD f FILM:L00K f l% f 0.125W 


01121 


BCK1001FT 


A5R2333 


321-5023-00 




RES,FXD,FILM:2.74K,1%,0.125W 


01121 


BCK2741FT 


A5R2334 


321-5018-00 




rfs fyd ptim-i nnk' 1 / n 19QJ 

n.LO r rAU, r 1 Lrf. i . UUK, i/o p U . i c3W 


m 191 
Ui lei 


DLNlUUlr I 


A5R2340 


321-5030-00 




rf^ FYn FTiM-m nk' i°/ n i?c;u 

r\LO , lAU, r 1 Lrl. 1U . UN f l/o r U . ltOW 


A1 1 91 


DPl/1 AA9CT 


A5R2341 


321-5030-00 




pfc; FYn fti m- in nf i / n i9^u 

KLo, rAU, riLrl. 1U.UN, i/o, U. l£DW 


ril 1 Oi 


DPU'I AAOI — T 

bL-NiutJ^r- 1 


A5R2342 


321-5030-00 




Klj, rAU, riLn. 1U .UN, l/o, U. IcjW 


ni 1 oi 
Ullti 


\y^t\L\JUcr 1 


A5R2343 


321-5047-00 




RES, FXD, FILM.-100K, 17,0. 125W 


01121 


BCK1003FT 


A5R2344 


321-5047-00 




RES,FXD,FILM:100K,1%,0.125W 


01121 


BCK1003FT 


A5R2345 


OC1 JUIO w 




RFC: FYn CTIM-1 AAk' 1°/ A 1 0DI 
Klo, rAU, rl Lrl. 1 . UUl\, 1a, U. l£DW 


01121 


BCK1001FT 


A5R2346 


321-5022-00 




RF^ FYn FTIM-9 91k' TV A 1 9QJ 
Klj, rAU, riLrl.£ . £1n, lA f U. lcDW 


m i oi 


Df-^t^OOl 1 ITT 

tJUs2211r 1 


A5R2401 


321-5030-00 




RF^ FYn FTiM-in n^ w n 1 9mj 

f\LO, rAU, rlLrl. iU.UN, l/o, U. ItOW 


m 1 oi 


□pi/1 Ano rr 
□LK1002F I 


A5R2402 


321-5030-00 




RFS FYn FTIM*m Ok" 1°/ n 1?^U 

rvLO , rAU, r I Lrl ■ iU , UN, 1a>, U . ldJW 


ft1 1 91 




A5R2403 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2404 


321-5030-00 




RES r FXD,FILM:10.0K,l%,0.125W 


01121 


BCK1002FT 


A5R2405 


321-5047-00 




RFS FXD FT ! M- IODIC 1°/ f) 1? 1 !/ 


ni 191 


RTIe'1 nno.cT 
uLNlUUor I 


A5R2406 


321-5047-00 




RFS FXD FTIM-100K 17 125U 


m 191 

Ui Lc.1 


RTk'l A/ior-T 


A5R2407 


321-5030-00 




RFS FXD FTIM-10 OK 17 175W 

1 , 1 Aw ,1 1 l_l 1 • J. U . VlN, 1/0| U . J. C.JW 


m 191 


Rrtfi nn9FT 

DL-NlUUdr 1 


A5R2408 


321-5030-00 




RFS FXD FTIM-10 OK 17 125U 


m 1 91 


DL-r\lUU6r 1 


A5R2409 


321-5030-00 




RES,FXD,FILM:10.0K r l%,0.125W 


01121 


BCK1002FT 


A5R2410 


321-5047-00 




RES, 0(D, FILM: 100K,1%,0.125W 


01121 


BCK1003FT 


A5R2411 


321-5030-00 




RFS FXD FTI M* If) OK 1°/ f) 1?RW 

r\LJ , rAU, 1 1 Lrl. 1 U • UN, l/o, U . 1L.OW 


m 1 91 

Uiltl 


RTIe'1 n/19FT 
DLNlUULr 1 


A5R2412 


321-5047-00 




rfs FYn FTiM-mnk" w n 19^1,/ 

l\LO r lAU, r 1LH. 1UUN, L/o j U . IilDW 


m 191 


DLNlUuor 1 


A5R2413 


321-5030-00 




RFS FYn FTIM-10 OkT 17 n 19RU 

r\Cj , rAU, rl Lrl. t\J, UN, l/o, U . i£.JW 




DPf1 n/lOCT 

DLnI IaJc r I 


A5R2414 


321-5030-00 




RFS FYn FT!M*m OIC 1°/ n 19RW 

i\lj, rAL/, r 1 Lrl. 1U . l/o, U . lcOW 


m 1 91 

Ulldl 


i^NlUUiir 1 


A5R2415 


321-5018-00 




RES,FXD,FILM:1.00K,1%,0.125W 


01121 


BCK1001FT 


A5R2416 


321-5030-00 




RES,FXD,FILM:1Q.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2417 


321-5030-00 




RFS FXn FTIM-10 OK 17 fl 1?U 
t\Lo r tau i r i li i . i y . vi\, i/o, y . iljw 


m 191 

Ullcl 


DTI/1 nA9L7T 


A5R2420 


321-5030-00 




RES FXD FTIM-10 OK 17 125U 


m 191 

Ul Lc.1 


RTk'l nn9FT 


A5R2421 


321-5165-00 




RFS FXD FlIM-lflK OHM fl 17 IJ^IU Tf-TQ 
[\lj r rAy f r iLn. iuk uru T i, u . i/o r u . idyn , I y— I y 


ouuuy 


OcI-jIOj-UU 


A5R2422 


321-5165-00 




RES FXD FTIM-10K OHM 17 fl lP^W Tr-TQ 


OUUUJ 


991 _ci cc_nn 
Otl OiuO uu 


A5R2423 


321-5018-00 




RES, FXD, Fl LM: 1 . 00K, 1%, . 125W 


01121 


BCK1001F 


A5R2424 


321-5031-00 




RES , FXD, FILM: 12 . IK, 1%, . 125W 


01121 


BCK1212FT 


A5R2430 


321-5165-00 




RES FXD FTIM-lfiK DHM 17 fl 1?K TP-TQ 
f\L j , r au , r i li i . iui\ urn I , u . l/o , u . l£3W , 1 y— 1 i) 




JCl OIDd -uu 


A5R2431 


321-5006-00 




RFS FXD FTIM-100 OHM 17 125U 
, rAU , r i li i . i uu um , i/o , u . i cow 


m 1 91 

Ulltl 


RTk'l nnn ft 


A5R2432 


321-5036-00 




RES FXD FTIM-33 2K 17 125U 


m 191 


Rr|/9999rT 


A5R2433 


321-5030-00 




RFS FYn FTIM-10 DIC r/ n 19RU 

l\L O, TAU, r I Lrl. 1U. UN, l/o, U . IcOW 


m 191 

Ullcl 


QT^1 AA9CT 
L^NlUU<ir I 


A5R2434 


321-5030-00 




RES , FXD , Fl LM : 10 . OK , 1%, . 1 25W 


01121 


BCK1002FT 


A5R2435 


321-5041-00 




RES, FXD, Fl LM: 82 . 5K, 1%, . 125W 


01121 


BCK8252FT 


A5R2440 


321-5047-00 




RFS FYn FTIM*inOkT 1°/ n 19RLJ 

, TAU, r 1 LI I . 1UUN, i/o , U. ICDVi 


A1 1 91 


prfi nn9CT 
byKlUUJr I 


A5R2441 


321-5047-00 




RF^ FYH FTIM-innk' 1°/ n 19QJ 
f\L J , rAU , r 1 Lrl . 1 UUfs , 1 /o , U . 1 c DW 


m 1 91 


DPfl A/1C I - T 

DtKlUUol- 1 


A5R2442 


321-5047-00 




rfs FYn fti M- 1 nnic' 1°/ n 191/ 

r\LJ, rAU, r 1LH. 1UUN, l/a,\J . lcDW 


01191 
Uil£l 


Drfl nporr 
BLnIUUoI- I 


A5R2443 


321-5030-00 




rf^ FYn fti m- in nic' iy n 19Q.J 

f\LO , rAU , r 1 Lrl . 1 U . UK ,i*,U.l tOW 


ni 191 


BLK.lUU2r 1 


A5R2444 


321-5018-00 




RES,FXD,FILM:1.00K,1%,0.125W 


01121 


BCK1001FT 


A5R2461 


321-5018-00 




RES, FXD, FILM: 1 . 00K, 1%,0. 125W 


01121 


BCK1001F 


A5R2465 


321-501 R-00 




RF^ FYn FTIM-F^l OHM 1°/ n 1 
t\LO, rAU, r J. Lrl. DOi Urn , i/o, U . IcDW 




DPKCQ1 ACT 


A5R2501 


321-5030-00 




rfs FYn fti m* in rue r/ n i?su 

r\L J , rAU, r X Ln. 1U . UN, l/o, U . LCDfl 




DLMUUi.r 1 


A5R2502 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2503 


321-5030-00 




RES,FXD,FILM:10.0K, 1%,0.125W 


01121 


BCK1002FT 


A5R2504 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2505 


321-5030-00 




RES, FXD, FILM: 10 .OK, 1%, 0. 125W 


01121 


BCK1002FT 


A5R2511 


321-5018-00 




RES,FXD,FILM:1.00K,1%,0.125W 


01121 


BCK1001F 


A5R2512 


321-5018-00 




RES, FXD, FILM: 1 . OOK, 1%, . 125W 


01121 


BCK1001FT 


A5R2513 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2520 


321-5164-00 




RES,FXD,FILM:681 OHM,0.1%,0.125W,TC=T9 


80009 


321-5164-00 


A5R2521 


321-5164-00 




RES, FXD, FILM: 681 0HM,0.1%,0.125W,TC=T9 


80009 


321-5164-00 
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1 tJM,! Lfl 1 1 A 


Co -pi ol / AooprnHl w Mo 




Mfr. 


Mfr. Part No, 


Ccmxinent No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


A coo coo 


391 -^n^n-nn 

Odl OvjU UU 




RFS FX0 FIIM-10 0K 1% 125W 

r\l_ J t 1 AL/f 1 1 LJ 1 • 1 U . Ur\ ( X /Of \J • XL J« 


01121 


BCK1002FT 




JL 1 jU*tU uu 




□ re pyn FiiM-68 IK 1% 125W 


01121 


BCK6812FT 


HOKc jcm- 


391 _Rfun-nn 

JC 1 JUH-U UU 




RFS FXD FIIM-68 IK 1% 125W 


01121 


BCK6812FT 


Rjftc DDI 


Gel JUUU UU 




RES FXD FILM- 100 OHM 1% 125W 


01121 


BCK1000FT 


A5R2532 


321-5040-00 




RES,FXD,FILM:68.1K,1%.0.125W 


01121 


BCK6812FT 


A5R2533 


321-5023-00 




RES,FXD,FILM:2.74K,1%,0.125W 


01121 


BCK2741FT 


HDfxLJOt 


3?i- c >ti23-on 

JLl JUL J UU 




RES,FXD,FILM:2.74K,1%,0.125W 


01121 


BCK2741FT 




3?i-sn?3-on 

JC X JUc_ J UU 




RES ', FXd! FI LM : 2 . 74K, 1%, . 125W 


01121 


BCK2741FT 


A5R253R 

r\ Jive. JJ U 


321-5030-00 

JC X VvJv UU 




REs!fXd!fILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A EDO CO 7 
r\Ji\c JO/ 


Oc. 1 JUll uu 




RES FXD FILM- 2 21K 1% 125W 


01121 


BCK2211FT 


A5R2540 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2560 


321-5022-00 




RES,FXD,FILM:2.21K,1%,0.125W 


01121 


BCK2211FT 


HDKdDUl 


391 -^("119-0(1 
jlI DUlt UU 




Dfz cvn FTIM-332 OHM \°L 125W 

J f r/\L/f 1 1 LI 1 ■ JJC Ut I 1 T I/O r v . lu Jf? 


01121 


BCK3320FT 


MOt\cDUt 


j£i jUjU uu 




RF3 FXD FIIM-10 OK 1% 125W 

i\L. J 1 1 aw r 1 i i_i 1 • 1 u • ui\ , ±./0f \s . ± cjit 


01121 


BCK1002F 


RDKduuO 


Jd.1 JUjU uu 




RFS FXD FT 1 M - 1 OK \°A 125W 

l\LJ f 1 AL/ r 1 1 LI 1 > 1 u . UIN r J./0, u • ILJH 


01121 


BCK1002FT 


rtOtxcOli 


391 -SlW-nn 

Jtl JUn/ UU 




RFS FXD FILM-100K 1% 125W 


01121 


BCK1003FT 


A5R2612 


321-5026-00 




RES,FXD,FILM:4.75K r l%,0.125W 


01121 


BCK4751FT 


A5R2613 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 




391 -^n3n~nn 

jcl DU5U UU 




afz cyn FIIM-10 OK 1X0 125W 

t\LJ r lAU 1 1 1 LI 1 . 1 U . Ul\ f l/o r U . 1 C JW¥ 


01121 


BCK1002FT 


acdocoi 


391 — c,n99— nn 




□re irvn FIIM-2 21K 1X 125W 


01121 


BCK2211FT 


nOt\C OCf- 


391 -Rnnfi-nn 

Jdl JuvO uu 




RFS FXD FILM- 100 OHM 1% 125W 

l\L<Jf I A J t 1 iUli Ivv Ul II l(i(OfU»it.v7n 


01121 


BCK1000FT 


AW9R93 


391 -^097-00 

JCl Q\JLl. UU 




RFS FXD FILM- 2 21K 1% 125W 


01121 


BCK2211FT 


A5R2624 


321-5026-00 




RES, FXD, FILM:4. 75K, 1%, 0. 125W 


01121 


BCK4751FT 


A5R2625 


321-5030-00 




RES, FXD, FILM: 10 .OK, 1%, 0. 125W 


01121 


BCK1002FT 


ASR?fi?R 

HOI\LULU 


3?1- I i(l30-(in 

JLl JUJU uu 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


asr?r30 


321-5018-00 

JCl JU1U \J\J 




RES] FXd! FI LM: 1 . OOK, 1%, 0. 125W 


01121 


BCK1001FT 




321 -5023-00 




RES \ FXD \ FI LM : 2 . 74K, 1%, . 125W 


01121 


BCK2741FT 




391_cnio_nn 

OCL JUIO UU 




RES, FXD, FILM: 1 . OOK, 1%, 0. 125W 


01121 


BCK1001FT 


A5R2640 


321-5030-00 




REs!fxd]fILM:10.0K,1X,0.125W 


01121 


BCK1002F 


A5R2643 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002F 




•sen _cn^n-nn 




RES.FXD, FILM: 10.0K, 1%,0. 125W 


01121 


BCK1002FT 




321 -5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


Hjr\ci>tu 


321 -5030-00 

JLl JUJU UU 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


ARR?fil7 

rwt\LUH/ 


3?i -5030-00 

JLl JUJU UU 




RES, FXD.FILM: 10.0K, 1%, 0. 125W 


01121 


BCK1002F 


A5R2648 


321-5030-00 




RES!FXD|FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2649 


321-5012-00 




RES, FXD, FILM: 332 OHM,1%,0.125W 


01121 


BCK3320FT 


A<iR?7ni 

nJI\t/ Ul 


321 -5030-00 

JCl JwU UU 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


ASR27fl2 


JL.1 JUJU UU 




RES, FXD, FI LM: 10.0K, 1%, . 125W 


01121 


BCK1002FT 


njlxd / UO 


391 -R03n-no 

JLl juju uu 




RES FXD FILM- 10 OK 1% 125W 

l\L J f 1 AU f 1 1 U It 1U* WIN | J./Of U » A t— wff 


01121 


BCK1002F 


ASR2704 

HJf\L / U*t 


391 -Wfi-OO 

OCX JUJU uu 




RES FXD FILM- 10 OK 1% 125W 


01121 


BCK1002FT 


A5R2705 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2706 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2707 


321-5030-00 




RES, FXD, FILM: 10.0K, 1%, 0. 125W 


01121 


BCK1002FT 


A5R2708 


JCl JuUU UU 




RES, FXD, FILM: 10 .OK, 1%, . 125W 


01121 


BCK1002F 


A5R2709 


321-5030-00 




REs! FXD! FI LM: 10 . OK, 1%, . 125W 


01121 


BCK1002FT 


ARR9710 

rtJftt./ 1U 


321 -5030-00 

Jul JVjU UU 




RES FXD FILM- 10 OK 1% 125W 

l\LJf 1 Al/f 1 1LI u iv> WIN f X/O t km * X 


01121 


BCK1002FT 


A5R2711 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2712 


321-5030-00 




RES,FXD,FILM:10.0K,1%0.125W 


01121 


BCK1002FT 


rtOKc/cU 


391 - r .fl3fl-flfl 
OLl JUJU uu 




RFS FXD FTIM-10 OK IX 125W 

l\L J t 1 AU r ' 1 Lll ■ lv> V/IN f X/O) u . X L_Jn 


01121 


BCK1002FT 


ACDO701 


391 -^034-00 

JC.1 JUjH uu 




RES,FXD,FILM:22.1K,1%,0.125W 


01121 


BCK2212F 


A5R2730 


321-5034-00 




REs!fXd[fILM:22.1K,1%,0.125W 


01121 


BCK2212R 


A5R2731 


321-5199-00 




RES, FXD, FILM: 100M OHM, 10%, 0.0625 W 


80009 


321-5199-00 


A5R2732 


321-5199-00 




RES, FXD, FILM: 100M OHM, 10%, 0.0625 W 


80009 


321-5199-00 


A5R2733 


321-5023-00 




RES,FXD,FILM:2.74K,1%,0.125W 


01121 


BCK2741FT 


A5R2734 


321-5022-00 




RES,FXD,FILM:2.21K,1%,0.125W 


01121 


BCK2211R 


A5R2735 


321-5022-00 




RES,FXD,FILM:2.21K,1%,0.125W 


01121 


BCK2211FT 


A5R2740 


321-5018-00 




RES , FXD, FILM: 1 . 00K, 1%, . 125W 


01121 


BCK1001F 


A5R2741 


321-5006-00 




RES.FXD.FILM: 100 0HM,1%,0.125W 


01121 


BCK1000FT 
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Carponent No. 


Tektronix 
Part No. 


Serial/Assembly No. 
Effective Dscont 


Name & Description 


Mfr. 
Co* 


Mfr. Part No. 


A CDOQO A 

AbK2o3U 


o o 1 cm o aa 
32i-bul2-U0 






afc rvn ft i u aaa miu 10/ a 1 on i 

RES, FXD, FILM: 332 0HM,l%,0.l25W 


01121 


□LK332ur 1 


AbKcoob 


ooi caqa aa 
321-dUou-UU 






nrp F v r\ I - T I t J 1 A A IX 10/ A 1 O O ( 

RES,FXD,FILM:10.0K,1/£,0.125W 


A1 1 01 

01121 


DAf1 AAOCT 


A CDOQCC 

AbK^obb 


OOI CAOA AA 

321-b03u-00 






nrc fva. r"T 1 11 1 a ai/ 1 0/ a t on 1 

RES,FXD,FILM:10.0K,l% r 0.125W 


01121 


DAt'l AAOCT 

DLK1U02F 1 


A5R2885 


321-5018-00 






RES, FXD, FILM: LOOK, 1%, 0. 125W 


01121 


BCK1001FT 


A5R2890 


321-5018-00 






RES, FXD, FILM: 1 . 00K, 1%,0. 125W 


01121 


BCK1001FT 


AEDOAAO 


001 rni o An 






n FA 1 — ii/n FT 1 11 1 AA1/ 1 0/ A 1 AFl 1 

RES, FXD, FILM: 1 . 00K, 1%, 0. 125W 


01121 


npi/i aai j — r 

dLKIOOIF I 


A CDOOAO 


aai fi af a a 

321-5165-00 






RES, FXD, FILM: 10K OHM,0.1%,0.125W,TC=T9 


A A AAA 

80009 


001 F1 AF A A 

321-5165-00 


A5R2904 


321-5051-00 






RES,FXD,FILM:0 0HM,1%,0.125W 


80009 


321-5051-00 


A5R2905 


321-5028-00 






RES , FXD, FI LM: 6. 81K, 1%, . 125W 


01121 


BCK6811FT 


A5R2906 


321-5165-00 






RES, FXD, FILM: 10K OHM,0.1%,0.125W,TOT9 


80009 


321-5165-00 


A5R2907 


321-5033-00 






RES,FXD,FILM:18.2K,1%,0.125W 


01121 


BCK1822FT 


a r~ a Or-x a a 

A5R2908 


321-5032-00 






RES,FXD,FILM:15.0K,1%,0.125W 


01121 


BCK1502FT 


nm a a a a 

A5R2909 


321-5032-00 






RES,FXD,FILM:15.0K,1%,0.125W 


01121 


BCK1502FT 


a cnom a 
AbK291U 


n a i rni a aa 

321-5032-00 






RES,FXD,FILM:15.0K,l%,0.l25W 


01121 


Dfl/I FAOI — T 

BCK1502FT 


AbK2911 


AA1 FATA AA 

321-5032-00 






nrr r~\j r\ f t i h j if ai/ 10/ A 1 afi * 

RES,FXD,FILM:15.0K,1%,0.125W 


01121 


DAI/I FAAI — T 

BCK1502FT 


A5R2912 


321-5018-00 






RES,FXD,FILM:1.00K,1%,0.125W 


01121 


BCK1001FT 


A5R2913 


321-5015-00 






RES,FXD,FILM:562 0HM,1%,0.125W 


01121 


BCK5620FT 


AC.D9Q1 /I 

AbK^yj.4 


0.91 CAOO AA 






dcc cvn cti m. 1 c fsv 1 °/ a 1 oci 1 


A1 101 




ACDOOI C, 


ooi cm C AA 






dcc cvn cti m-cco aum i<y a iocu 


Al 1 91 


DA^CCOACT 


AbK^yib 


001 CACyl AA 






dcc rvn tt i u. oaae^ 1 °/ n i oca / 1 oac qiuu 
Ktb, rAU, rlLnlcUUN, ±7o,U. ltbW r ltUb r om 


QAAAO 

ouuuy 


391 CAC/1 A A 




■301 ea/17 nn 






DCC CVA CTI M.I AAf 1 °/ A 1 OCJ,/ 

Ktb r rAU t rlLM: IUUr\ r l/o t \). icuvi 


A1 1 01 


Dpl/1 AAOCT 


A5R2918 


311-5038-00 






RES , VAR , NONWW : TRMR , 20K OHM t 25%,0.1W 


32997 


3314A-1-203E 


A5R2919 


321-5038-00 






RES r FXD,FILM:47.5K,l% f 0.125W 


01121 


BCK4752FT 


a croaoa 


901 CAA^I A A 

321-5064-00 






RES,FXD,FILM:200K, 1a,0. 125W,1206,8MM 


OAAAA 

OUUU9 


OOI CACfl A A 

Jdl-bUb4-UU 


AbK^y^l 


TA1 rnoi aa 

321-5031-00 






riFf^ rvn ft i 11 10 1 1/ 10/ a 1 on 1 

RES, FXD, FiLM: 12. IK, 1%,0.125W 


01121 


npi/i A1 AFT 




OA1 CAyl7 AA 

321-5047-00 






nrc rvn rn u 1 aai/ - 10/ a 1 oca i 
Rcb, rXD r hiLM: 100K r lA r U . l<£bw 


01121 


nr^t/A AAO CT 


A5R2923 


101 FAi1"7 AA 

321-5047-00 






afa rur\ ft 1 11 1 nru/ 10/ a 1 in 1 

RES , FXD , FI LM : 1 00K, 1% , . 1 25W 


01121 


nA|/i AA-> FT 

BCK1003FT 


A5R2924 


321-5064-00 






RES, FXD, FILM: 200K,1%,0.125W, 1206, 8MM 


80009 


321-5064-00 


A5R2925 


321-5023-00 






RES,FXD,FILM:2.74K,1%,0.125W 


01121 


BCK2741F 


ACDOAOC 


0O1 CAOA AA 






KtS,rXL),rlLM:l.bUK,lA,U.12bw 


A1 1 01 


dai/i cai rr 


ACD0A07 


OOI CAOC AA 






Ktb,FXL),FILM:4./bK,lA,U.12bW 


01121 


DtN.4/blr I 


AbKdy^o 


OOI CAOA A A 

o^l-bUoU-uU 






KLS, rXU, FILM: 10. OK, 1a, U. 12bw 


A1 1 01 

01121 


DAl^l AAOCT 

bUUUUdr 1 


AoK^y^y 


Q01 CAOA AA 

odl-bUJU-UU 






Dec [rvn CTI M.I A Af 1°/ A TJCll 

Rtb.rXU, FILM: 1U.UK, LA, U. liibw 


A1 1 Ol 


PPIr'l AAOL7T 


A5R2930 


321-5030-00 






RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2931 


311-5040-00 


□U3UUUU 


□acacoo 
bubub££ 


RES , VAR, NONWW: TRMR , 10K OHM, 25%, . 1W 


32997 


3314J-1-103E 


A CDOG^ 1 


Oi 1 EA9V1 AA 


dacacoo 
B0bUb23 




DCC 1/(1D MAhllll.TDMD OL^ ALIM OC / A 11/ 

Ktb,VAK,NUNWw: IKMK.2K Urr\, do/t,, V . Vit 


C 1 APiC 

bl4Uo 


DWrAC OAO\/U TA 

KVG4t-2U2vM- 1 A 


fi CD9Q0.9 


001 CA^7 AA 






DCC CVA CTIM.IAAl/ 10/ A lOClJ 

KtS,rXL),rlLM:luOK,lA,U.12bw 


A1 1 01 

01121 


DAL^1 AAOCT 

BLKlUUoh I 


ARDOQQQ 


091 CAC/1 AA 






DCC CVA CTIM.OAAl^ 10/ A 1 OCI [ 1 OAC OUU 

Ktb, rXL), rlLM:2U0K, l/o,U. i^bW, 12ub,ofTl 


OAAAA 


OOI CAC/l AA 


ACDOO.0/ 
ADKcyo4 


091 CAC/I AA 






ncc rvn cti ni.TAAf 10/ a iocii 1 oac ot/kn 
Ktb,FXU,FlLM:200K,lA,0.12bW,12Ub,oW 


OAAAA 

ouuuy 


OOI CAC / AA 

32i-bUb4-UU 


A5R2935 


321-5047-00 






RES,FXD,FILM:100K,1%,0.125W 


01121 


BCK1003FT 


A5R2960 


321-5030-00 






RES, FXO, FILM: 10. OK, 1%, 0. 125W 


01121 


BCK1002F 


a rn one i 
AbK^ybi 


001 F AAA A A 

321-5030-00 






riFr rvn f , t i ki 1 a r\\/ 10/ a 1 on i 

RES, FXD, FI LM: lu.OK, l/t, 0. 125W 


01121 


nri/1 AAA FT 

BCK1002F1 


A cdoaac 

AoKzyyb 


A O 1 F A A A A A 

321-5030-00 






nrp r~\/rt pti u 1 a ai/ 1 0/ a 1 afi i 

RES,FXD,FILM:10.0K,l%,0.l25W 


01121 


BCK1002FT 


a CI I1 1 A1 

A5U2101 


156-5157-01 






1 1 T nnAAI/T TlLlTFA AAA ATAAI AA 1 A ATX 

MICR0CKT,INTFC:DAC, BIPOLAR, 12 BIT 


A A AAA 

80009 


1FA Fin Al 

156-5157-01 


A O 101 A A 

AbU214Q 


156-1342-01 






1 1 T A AAA l/T rV*"TI RIi4Ar* klAfl A nTT 1 1 /ni 1/ 

MICR0CKT,DSTL:NM0S,MPU, 8-BIT W/CLK 


04713 


aaati OTP) 

SC67127P 


A5U2160 


160-5876-01 






MICR0CKT,DGTL:8K X 8 EPR0M,PRGM 


80009 


160-5876-01 


A5U2201 


156-5147-01 






MI CR0CKT , DGTL : CMOS , OCTAL D TYPE FF W/RESET 


80009 


156-5147-01 


A5U2210 


156-5147-01 






UT ohaai/t rvTi AtJAr* a at - i i n» Tvi af FF i j /nrr 1 1 — r 

MICR0CKT,DGTL:CM0S, OCTAL D TYPE FF W/RESET 


A A AAA 

80009 


1 FA F1 A~l Al 

156-5147-01 


A5U2220 


1 fa rrtu ai 

156-5071-01 






UTAAAAl/T IVTI AliAA AATAI HI IA XAAIIP 

MICR0CKT,[>3TL:CMOS r OCTAL BUS TRANS 


A A AAA 

80009 


1 CC CA"7 1 A1 

156-50/1-01 


A ci ioo/a 


1 CC C/IQQ Al 






MTronrtn" i twfad-mdii dccct c.rw rnp cw eye 


OAAAQ 

ouuuy 


1DD D4oy ul 


A5U2250 


160-5874-00 






MICR0CKT,D6TL:L06IC DEVICE, PR6M 


80009 


160-5874-00 


A5U2301 


156-5147-01 






M I CRXKT , DGTL : CMOS , OCTAL D TYPE FF W/RESET 


80009 


156-5147-01 


A5U2310 


156-5147-01 






M I CR0CKT, DGTL: CMOS, OCTAL D TYPE FF W/RESET 


80009 


156-5147-01 


A5U2350 


156-5071-01 






M I CROCKT , DGTL : CMOS , OCTAL BUS TRANS 


80009 


156-5071-01 


A5U2360 


160-5877-01 






MICR0CKT,DGTL:16X X 8 X 8 EPR0M.PRGM 


80009 


160-5877-01 


A5U2401 


156-5050-01 






M I CROCKT , DGTL : HCMOS .ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2405 


156-5409-01 






M I CROCKT , DGTL : HCM0S , OCTAL D-TYPE TRANS 


80009 


156-5409-01 


A5U2410 


156-5459-01 






M I CROCKT , DGTL : CMOS , OCTAL BUS TRANSCEIVER, 


80009 


156-5459-01 
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Mfr. 
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Mfr. Part No. 


A5U2415 


156-5409-01 






M I CROCK! , DGTL : HCMOS .OCTAL D-TYPE TRANS 


80009 


156-5409-01 


A5U2420 


156-2051-01 






MICR0CKT r LINEAR:0PNL AMPL, QUAD, JET INPUT 


80009 


156-2051-01 


A5U2425 


156-5409-01 






MICROCKT , DGTL : HCMOS , OCTAL D-TYPE TRANS 


80009 


156-5409-01 


A5U2430 


156-2051-01 






MICROCKT, LINEAR:0PNL AMPL, QUAD, JET INPUT 


80009 


156-2051-01 


A5U2440 


156-5145-01 






MICROCKT , DGTL : HCMOS , DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2450 


156-5409-01 






MICROCKT, DGTL.-HCM0S, OCTAL D-TYPE TRANS 


80009 


156-5409-01 


A5U2460 


156-2991-00 






IC,MEMORY:CM0S,NVRAM;8K X 8,200NS,SRAM 


80009 


156-2991-00 


A5U2501 


156-5050-01 






M I CROCKT , DGTL : HCMOS , ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2510 


156-5000-01 






M I CROCKT , LI NEAR : VOLTAGE COMPARATOR 


80009 


156-5000-01 


A5U2520 


156-5138-01 






MICROCKT, LINEAR:OP AMP, BIFET, DUAL 


80009 


156-5138-01 


A5U2521 


156-5050-01 






MICROCKT, DGTL: HCMOS, ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2530 


156-5050-01 






MICROCKT, DGTL: HCMOS, ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2540 


156-5081-01 






MICRKKT,DGTL:HCMOS,HEX INVERTER 


80009 


156-5081-01 


A5U2550 


156-5088-01 






MICROCKT, DGTL:CM0S, 3 TO 8 DECODER/ 


80009 


156-5088-01 


A5U2560 


156-5145-01 






MICROCKT, DGTL: HCMOS, DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2570 


156-5145-01 






MICROCKT, DGTL: HCMOS, DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2601 


156-5050-01 






MICROCKT, DGTL: HCMOS, ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2620 


156-2051-01 






MICROCKT, LINEAR:OPNL AMPL,QUAD,JET INPUT 


80009 


156-2051-01 


A5U2630 


156-2051-01 






MICROCKT, LINEAR:OPNL AMPL, QUAD, JET INPUT 


80009 


156-2051-01 


A5U2640 


156-5567-01 






MICROCKT, DGTL:CM0S, 14 STAGES BIN CNTR 


80009 


156-5567-01 


A5U2650 


156-5088-01 






MICROCKT , DGTL : CHOS , 3 TO 8 DECODER/ 


80009 


156-5088-01 


A5U2660 


156-5088-01 






MICROCKT, DGTL: CMOS, 3 TO 8 DECODER/ 


80009 


156-5088-01 


A5U2800 


156-5120-01 






MICROCKT , DGTL : CMOS , DUAL 4 CHAN ANALOG MUX 


80009 


156-5120-01 


A5U2805 


156-5120-01 






MICROCKT, DGTL: CMOS, DUAL 4 CHAN ANALOG MUX 


80009 


156-5120-01 


A5U2810 


156-5098-01 






MI CROCKT, DGTL: HCMOS, QUAD 2- INPUT NAND GATE 


80009 


156-5098-01 


A5U2820 


156-2051-01 






MICROCKT, LINEAR:OPNL AMPL, QUAD, JET INPUT 


80009 


156-2051-01 


A5U2830 


156-5306-01 






MI CROCKT, DGTL: CMOS, DUAL 4 BIT 


80009 


156-5306-01 


A5U2835 


156-5085-01 






MICROCKT, DGTL: CMOS, QUAD 2-INPUT OR GATE 


80009 


156-5085-01 


A5U2850 


156-5145-01 






MICROCKT, DGTL:HCMOS, DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2855 


156-5106-01 






MICROCKT, DGTL.-CMOS, QUAD 2 INPUT N OR GATE 


80009 


156-5106-01 


A5U2860 


156-5569-01 






MI CROCKT, DGTL: CMOS, 8-BIT UNIVERSIAL SHIFT 


80009 


156-5569-01 


A5U2865 


156-5021-01 






MICROCKT, DGTL: CMOS, 8 STATE SHIFT ANS STOR 


80009 


156-5021-01 


A5U2870 


156-5306-01 






MICROCKT, DGTL: CMOS, DUAL 4 BIT 


80009 


156-5306-01 


A5U2875 


156-5145-01 






MI CROCKT, DGTL: HCMOS, DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2880 


156-5145-01 






MICROCKT, DGTL: HCMOS, DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2885 


156-5130-01 






MICROCKT, DGTL:CMOS, TRIPLE 3-INPUT N AND D 


80009 


156-5130-01 


A5U2890 


156-5098-01 






MICROCKT, DGTL: HCMOS, QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2900 


156-5130-01 






MICROCKT, DGTL:CM0S, TRIPLE 3-INPUT N AND D 


80009 


156-5130-01 


A5U2905 


156-5147-01 






MICROCKT, DGTL: CMOS, OCTAL D TYPE FF W/RESET 


80009 


156-5147-01 


A5U2910 


156-1555-00 






MICROCKT, LINEAR:D/A CONVERTER 


34335 


AM6080PC 


A5U2920 


156-5011-00 


B050000 


B050253 


IC,MEM0RY:CM0S,SRAM;8K X 8,150NS 


62786 


HM6264LFP-15 


A5U2920 


156-5011-01 


B050254 




IC, MEMORY: CMOS, SRAM ;8K X 8.150NS 


80009 


156-5011-01 


A5U2930 


160-5875-00 






MI CROCKT, DGTL :8K X 8 EPROM.PRGM 


80009 


160-5875-00 


A5U2935 


156-5071-01 






MICROCKT, DGTL:CMOS, OCTAL BUS TRANS 


80009 


156-5071-01 


A5U2940 


156-5306-01 






MICROCKT, DGTL: CMOS, DUAL 4 BIT 


80009 


156-5306-01 


A5U2950 


156-5145-01 






MICROCKT, DGTL:HCMOS, DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2960 


156-5021-01 






MICROCKT ', DGTL : CMOS , 8 STATE SHIFT ANS STOR 


80009 


156-5021-01 


A5U2965 


156-5098-01 






MICROCKT, DGTL: HCMOS, QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2970 


156-5098-01 






M ICROCKT , DGTL : HCMOS , QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2975 


156-5098-01 






MICROCKT , DGTL : HCMOS , QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2980 


156-5098-01 






M ICROCKT , DGTL : HCMOS , QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2985 


156-5568-01 






M ICROCKT , DGTL : HCMOS , 4-B I T BI DIRECT IONAL 


80009 


156-5568-01 


A5U2990 


156-5198-01 






MICRKKT, DGTL: CMOS, QUAD 2-INPUT X OR GATE 


80009 


156-5198-01 


A5U2995 


156-5135-01 






MICROCKT, DGTL:CM0S,8 BIT SER/PAR SHIFT 


80009 


156-5135-01 


A5W411 


174-1366-00 






CA ASSY,SP,ELEC:26,28 AWG.3.0 L 


TK1899 


ORDER BY DESCR 


A5W511 


174-1501-00 






CA ASSY,SP,ELEC:26,28 AWG.2.0 L, RIBBON 


80009 


174-1501-00 


A5W512 


174-1502-00 






CA ASSY,SP,ELEC:34,28 AW6.2.0 L, RIBBON 


80009 


174-1502-00 


A5XU2360 


136-0755-00 






SKT.PL-IN ELEK:MICR0CIRCUIT,28 DIP 


09922 


DILB28P-108 



8-40 



REV SEP 1989 



2465B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assembly No. Mfr. 
Coiponent N o. Part Ho. Effective Dscont Name & Description Code Mfr. Part No. 

A5Y2540 158-5005-00 OSC.XTAL CLOCK: 10MHZ 80009 158-5005-00 



REV SEP 1989 



8-41 



2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assently No. 






Hfr. 






Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Hfr. Part No. 


A6 


614 


-0825-00 




FRONT PNL ASSY : STANDARD , 2445B/55B/65B & 67B 


80009 


DiH VOC.-J 


uu 










(STANDARD) 










A6 


614 


-0826-00 




FRONT PNL ASSY:TV OPTION, 2445B/55B/65B/67B 


fidfifiQ 

OULAJJ 


K1 4-flRPfi 


•00 










(OPTION 05) 










AbroUUl 


131 


-3478-01 




C0NN,RCPT,ELEC:VERT,2 X 10,0.1 SPACING 




131-3478 


-01 


AbKoUu/ 


311 


-2318-00 




RES.VAR.N0NWW 


5K OHM,30%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3008 


311 






RES,VAR,N0NWW 


2K OHM,20%,0.5W 


32997 


ORnFR RY 


DESCR 


A6R3009 


01 1 

311 






RES,VAR,N0NWW 


5K 0HM,30%,0.25W 


32997 


(1RDFR RY 


DESCR 


AbKoUIU 


31 1 

Oil 






RES,VAR,N0NWW 


5K OHM,30%,0.5W 


32997 


ORDER BY 


DESCR 


AtD"3m 1 

AbKoUil 


311 


-2316-00 




RES,VAR,N0NWW 


2K OHM,20%,0.5W 


32997 


ORDER BY 


DESCR 




311 


-2317-00 




RES,VAR,N0NWW 


5K 0HM,30%,0.25W 


32997 


ORDER BY 


DESCR 


A6R3013 


311 


-2316-00 




RES,VAR,N0NWW 


2K 0HM,20%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3014 


311 


-2318-00 




RES,VAR,NONVW 


5K 0HM,30%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3015 


311 


-2316-00 




RES,VAR,N0NWW 


2K OHM,20%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3016 


311 


-2316-00 




RES,VAR,N0NWW 


2K 0HM,20%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3017 


311 


-2316-00 




RES,VAR,N0NW 


2K OHM,20%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3018 


311 


-2318-00 




RES,VAR,N0NWW 


5K 0HM,30%0.5W 


32997 


ORDER BY 


DESCR 


A6R3019 


311 


-2316-00 




RES,VAR,N0NWW 


2K 0HM,20%,0.5W 


32997 


ORDER BY 


DESCR 



8-42 



REV SEP 1989 



2465B Replaceable Electrical Parts 
2465B/Z467B Service 



Tektronix Serial /Assenfcly No. Mfr. 



Ccnponent No. 


Part No. Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


ACA 1 

AoAl 




nori itt or\ accv-cdhmt damci 
L1KLU1I bU Asar :rKUIN 1 rANtL 










/ncrni aitadi c at ac i CMC! nwi 
(RtPLALtABLt A! Ab LtvtL UNLrJ 






AoAlUoUUl 


001 Anon f\t\ 


LAP, r-XL),LtK Ul :U. U22ur ,2u/o,3UV 


04000 


MA 1 9Y7D1 U991M T 
iwlcA/Klnccon 1 


A6A1C3002 


281-0909-00 


CAP,FXD,CER DI:0.022UF,20%50V 


54583 


MA12X7R1H223M-T 


A6A1G019 


281-0909-00 


CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


AbAlLKoUUl 


1 CO A1 A 1 AO 


cruTmun m/p at .cij ct oni/ i cama onw r\n ■sc 


Aocno 


nA0C07 MW/11 CO"! 

UAcOii/ ^llN410c } 


ac a i phoaao 
AbAlLKoUU2 


152-0141-02 


CCfciTPriMA AUP AT .CI) CT OAU 1 CAMA oaw nn oc 

otMICUNU UVL F ui :oW ( 01 , ouv f IoUpIA, ouv , UU-oo 


no CAQ 
UooUo 


nAOC07 / 1 KM i ao\ 


AbAiLKoUvJo 


1 CO A1 ^ 1 AO 

10£-U141-uY 


c cuTpPihin nwp n t . ci i c t q nu 1 cnuA ^ni/ nn ^c 


UoOUo 


nA9C97 M U/\ 1 COl 
UAcDcV t lt?410c; 


ac a 1 pD^nnvi 
M0MluKoUU4 


ico m/ii no 
10t:-Ul41-U£ 




AO CAQ 
UOOUO 


n&9 c ;97 fiWAm?! 


A6A1CR3005 


152-0141-02 


SEMICOND DVC,DI:SW,SI,30V,150MA,30V,DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3006 


152-0141-02 


SEMICOND DVC , DI : SW , S I , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


ACA1 PD0AA7 

AbAlLKoUU/ 


1 CO MAI no 

lbd-U14i-Ui: 


ccmtppiMr nv/p ni . cu ct Qn\f 1 ccnMA onw r\n °.c. 


UOOUo 


nA9F.97 / 1 MAI 
UMcOc/ ^ll\410cj 


MOrtlLKOUUO 


1 co_ni /ii _no 

10c U141-Uc 


jtrflOUMU UVL , Ul . On F Ol , OUV , XOUrlK F OUV , UU DO 


UOOUO 


?\h.9^91 MNAm?i 

\Jnc.DC/ iUHHXDC) 


MDMiL,f\OUUy 


1 3(1 U141 Uc 


OCrllL/UliL/ UVL r Ul . OH F Oi , OUV r lOUi'ln F OUV r lAJ OO 


UOOUO 


UnCDCf \ IW-tX-JC j 


ACAipDQnin 

MDMILKOUIU 


10c U141~Uc 


QFMTPnwn nup m*c:u ct qny mnMA ^m/ iTi-^c; 

OLI*liLUIlU UVL t Ul . OH , O J. F OUv , ±OUrln F OUV f UU OO 


UOOUO 


DA?R?7 MWAm?^ 


A6A1CR3011 


152-0141-02 


SEMICOND DVC , DI : SW , S I , 30V , 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3012 


152-0141-02 


SEMICOND DVC , DI : SW , SI , 30V , 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


nOHlLKOUlo 


i co ni^i no 

1 Oc U141 Uc 


CFMTPPiMn DA/P HT-CU CT 1 c.HMil 3fW H/l-^R 
OLnlLUliU UVL r Ul .OW F 01 ,OUV , iom^BrOUV r UU OO 


UOOUO 


DA9C.97 MUAmpi 

UnCDC/ \ In^LOC j 


acai pooni a 
AbAlU\oU14 


i co m /ii no 
10c-Ul4i-Uc 


CFMTPnMn n\/p nT-cu ct °,nw ipojvia ^n\/ nn-^R 

OLnlL-UINU UVL F Ul . OW , O J , OUV , lOUI^W, OUV ( UU OO 


UOOUO 


nA9R97 MNAm?^ 

UrtcOc / ^ ln*rl Oc f 


AoAluKOUlo 


10c _ U141-Uc 


cFMTpnwn n\/p ni-ci./ ct ^nw i^nwfi ^.dm nn-^^ 

jtrlJLUNU UVu, Ul.oW r ol F oUv r lOUrlrt, OUv , UU 00 


no ens 

UOOUO 


nA9 c ;97 MWiimpl 


ACA1 PD0A1 P 
MOAILKOUIO 


i co ni /ii no 
lOc-U141-Uc 


cFMTPPiMn nwp nT-cu ct ^nv i^ama ^nw nn-^t; 

OtnlL-UMU Ul . OW t Ol F oUV , lOUHrt, OUV , UU OO 


n^na 

UOOUO 


^9^97 MWdm9^ 


A6A1CR3017 


152-0141-02 


S EM I C0ND DVC , D I : SW , S 1 , 30V , 1 50MA , 30V , D0-35 


03508 


DA2527 (1N4152) 


A6A1CR3018 


152-0141-02 


SEMICOND DVC , DI : SW , S I , 30V , 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


aca i poom o 
AbAiLKoUiy 


1 co m / 1 no 
Ibc-Ul41-Uc 


OtrllLUiNU UVL F Ul .OW, ol F OUV , 10UrlA F oUV , UU 00 


UOOUo 


nA9 c i97 MNAm?^ 
unCDCJ \ ll 1 )4i DC ) 


At; A 1 PDQAOn 
AOAlLKOUcU 


1 co m /ii no 


CFMTPnNH n\/P HT-CIJ CT ^fl\/ 1 ROMA 1(\\f fYl-^F, 
OLrlJL-UlilU UVL,, UL . OW, 01 p OUV , lOUI'W, OUV , UU OO 


UOOUO 


{\L9^91 ('\UA'\* : \?\ 
UnCDC! \ llt^lOc ) 


HOnlLKOUcl 


ico ni/ii no 
10c U141 Uc 


cFMTpnwn nup rtT-cw ct ^nu i^oma ^nu nn-^^ 

OLHlbUlW UVU p Ul . OH ,01, OUV F !OUrlH r OUV , UU OO 


UOOUO 


DA?S?7 flNdm?! 

\Jr\COCi \ Lii'-Ti-JC) 


ACA1 PPQAOO 
ttottl UKOUcc 


i co ni /i 1 no 


cFMTPHNn nwp m-cu ct i^oma ^nu rm-^R 

OLnlUUliU UVL r Ul . OW , Ol , OUV , lOUrln F OUV , UU OO 


UO OUO 


UrtCOC/ ^ IHt'IOC j 


A6A1CR3023 


152-0141-02 


SEMICOND DVC,DI:SW,SI F 30V r 150MA f 30V r DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3024 


152-0141-02 


SEMICOND DVC r DI:SW r SI,30V f 150MA r 30V,D0-35 


03508 


DA2527 (1N4152) 


nOHlUKOUcD 


loc~U14i Ut 


OLnlUUnU UVU, Ui • OW , 1 , OUV r lOUl'ln, OUV r UU OJ 






flCA1PD0fl9P 
rtOAluKoUcu 


i co ni /ii no 
10c U141 Uc 


CFMTpnwn n\/r nT-cw ct inv iroma ^nw nn-^^ 

OtnlUUliU UVU, Ul . OW , O I r OUV F lOUt'Trt r OUV , UU OO 




DA2527 f1N415?i 


ACA1pD0AO7 

ROAluKoUc/ 


ico Ai/ii no 
106 U141 Uc 


CFMTpnwn n\/p m-cu ct ^nv i^oma ^nv nn-^c. 

OlPUUUMU UVU, Ul . OW, 01 F OUV f iOUnn,OUV , UU OO 


03508 


nA?5?7 f 1 N41 5?1 


AC A 1 pDOAOR 
MORlLKOUco 


m9-m/M n9 

10c U141 Uc 


cFMTpnwn nur nT-cw ct ^nv mnMA ^nu nn-^R 

OLnlL-UHU UVU, Ul . OW ,01, OUV , lOUrln, OUV , UU OO 




UftLJLf \ Hit 1 Jt. J 


A6A1CR3029 


152-0141-02 


SEMICOND DVC . DI : SW , S I , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3030 


152-0141-02 


S EMIC0ND DVC , D I : SW , S 1 , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


AbAluKoUol 


i co m /i 1 no 
loc-Ul41-Uc 


CFMTpnwn nwp nT-cu ct °.nu mnMA *?n\/ nn-^R 

OCPilLUINU UVL F Ul . OW , 01 , OUV , 1 DUntt, OUV , UU OO 


UOOUO 


nA9 c ;97 fiNAm?^ 

unc.DC/ \ llVH-iOc / 


APA1PD0.A09 
AoAlUKOUOc 


i co m / 1 no 


CFMTpnwn nvp nT-cu ct ^nv mnMA ^nu nn-^c, 

otnlLuNU UVL, Ul .OW, 01 f OUV , iOUrltt, OUV , UU - 00 


UO OUO 


UnCDC/ \ lliH-lOc j 


ACA 1 PD^nOQ 

AbAiLKoUOO 


1 co m a 1 no 
loc-ul41-Uc 


CFMTpnwn n\/p nT-cu ct 9,nu mnMA ^nu nn-^R 

OtnlLUINU UVL, Ul . OW , i , OUV , 10UrtK,oUV , UU OO 


n^ RAQ 

UOOUO 


nA9 c i97 fiwdm?l 

UnCDC/ \ ilKtiOc ) 


AbAlu<oUo4 


1 CO A1 A 1 AO 

1d*:-u141-U£ 


cFMTpnwn m/p nT.cii ct qau i cama otwt nn qc 
oLMlLUNU UVL-,LJ1 tow, ol , oUv , Ioul v lA,oUv,uU-oo 


AO CAQ 

UOOUO 


nAOF.97 MWA1 ^91 
Unc.Dc/ [Lii^iDcj 


A6A1CR3035 


152-0141-02 


SEMICOND DVC,DI:SW F SI,30V r 150MA,30V r D0-35 


03508 


DA2527 (1N415Z) 


A6A1CR3036 


152-0141-02 


SEMICOND DVC , DI : SW F S 1 , 30V f 1 50MA f 30V , DO-35 


03508 


DA2527 (1N4152) 


acai PDono7 
AoAlLKoUo/ 


i co m a i no 
10c-ul4i-U/ 


CFMTpnwn nup nT-cu ct ^nv mnMA ^n\/ nn ^ 

oLmUunlU UVU,U1 . oW, 01 ,OUV , lOUnH, OUV , UU OO 


nqcnft 
UOOUO 


nA9^97 Mw4m?1 

UnCDC/ \ IIWIOC ) 


ACA1 PDOAOQ 

AbAlLKoUoo 


i co m /i i no 


ccuTpnwn nwp m.cu ct qau i cama qau nn tc 
otnlUJNU UVu p ul .ow,oi r oUv , lounA, oUV f uu-oo 


UOOUO 


nA9C,97 { 1 W41 R9 i 
UMcOc/ ^l!\410c^ 


ACAI PDQA'SQ 

ADAlL.KjU.3y 


1 co m /i 1 no 
10c-Ui4i-U£ 


CFMTpnwn nup nT-cu ct ^nu mnMA ^nu m-^c; 

OLHIUUmU UVU r Ui . OW ( Oi, OUv f lOwtH, OUV , UU OO 


UOOUO 


UncOc/ ^ lllis-l Oc > 


acai PDQnjin 
H0M1UK0U4U 


i co ni/n no 

1 Oc U14I-UC 


CFMTpnwn nup nT-cu ct ^n\/ mnMA ^nu nn- ,^ 

OCHiUUIVU UVU F Ui . OW ,01, OUV , 13Ui T R,OUV , UU OO 


UOOUO 


UnCDCf \ IIitJ. JC ^ 


A6A1CR3041 


152-0141-02 


SEMICOND DVC , DI : SW , SI , 30V . 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3042 


152-0141-02 


SEMI C0ND DVC , DI : SW , SI , 30V , 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


acai pnon/10 
AbAlLKoU4o 


i co m a i no 


CFMTpnwn nup nT-cu ct ^nu mnMA ^nv nn-^^ 

OLniUUIVU UVU, Ul . OW , Oi , OUV r 10Urr\,OUV , UU OO 


UOOUO 


nfl?R?7 f1N415?l 


acai CD7.r\AA 
A0A1LK0U44 




CFMTpnwn nur nT-cu ct ^nu mnMA ^nu nn-^R 

OC.nl UUnU UVU, Ul . OW F 1 , OUV f lOUrln, OUV r LAJ OO 


UOOUO 


DA2527 f1N415?l 


A6A1DS3001 


150-1161-00 


LT EMITTING DI0:YELL0W 


50434 


QLMP 1487 


A6A1DS3002 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3003 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3004 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3005 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A10S3006 


150-1161-00 


LT EMITTING DI0.-YELL0W 


50434 


QLMP 1487 


A6A1DS3007 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3008 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3009 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 
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Ccnponent No. 


Tektronix 
Part No. 


Serial/Assembly No. 

Effective Oscortt 


Nane & Description 




Mfr. 
Code 


Mfr. Part No. 


A6A1DS3010 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3011 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3012 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3013 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3014 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A c a 1 nconi c 


1 i 1 cn r\f\ 

150-1160-00 




LT EMITTING DI0:GREEN 




50434 


m tin i rm 

QLMP 1587 


A6A1DS3016 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3017 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3018 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3019 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3020 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3021 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A10S3022 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3023 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3024 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3025 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A10S3026 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3027 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3028 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3029 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3030 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3031 


150-1160-00 




LT EMIHING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3032 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3033 


150-1161-00 




LT EMITTING DIO:YELLOW 




50434 


QLMP 1487 


A6A1DS3034 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3035 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3036 


150-1161-00 




LT EMITTING DIO:YELL0W 




50434 


QLMP 1487 


A6A1DS3037 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3038 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3039 


150-1160-00 




LT EMITTING 0I0:GREEN 




50434 


QLMP 1587 


A6A10S3040 


150-1160-00 




LT EMITTING 0I0:GREEN 




50434 


QLMP 1587 


A6A10S3041 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3042 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3043 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3044 


150-1161-00 




LT EMITTING DIO:YELL0W 




50434 


QLMP 1487 


AbAiUS304b 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3046 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3047 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3048 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A10S3049 


150-1160-00 




LT EMITTING 0I0:GREEN 




50434 


QLMP 1587 


A6A1R3001 


307-0486-00 




RES NTWK,FXD,FI:100 0HM,20%,1.125W 


11236 


750-101-R100 OHM 


AbAlK3UU2 


307-0695-00 




RES NTW<,FXD,FI:9,150 0HM,2%,0.2W EA 


11236 


750-101-R150 OHM 


A6A1R3003 


307-0486-00 




RES NTWK,FX0,FI:100 0HM,20%,1.125W 


11236 


750-101-R100 OHM 


A6A1R3004 


313-1151-00 




RES,FXD,FILM:150 OHM,5%,0.2W 




57668 


TR20JE150E 


A6A1R3005 


313-1151-00 




RES,FXD,FILM:150 0HM,5%,0.2W 




57668 


TR20JE150E 


A6A1R3006 


313-1101-00 




RES, FXD, FILM: 100 0HM,5%0.2W 




57668 


TR20JE100E 


A6A1S3001 


260-2280-00 




SW.PUSH BUTT0N:MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 


A6A1S3002 


260-2280-00 




SW.PUSH BUTTON: MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 


A6A1S3003 


260-2280-00 




SW.PUSH BUTTON: MINI M0M.SPST r N0RM 


OPEN 


80009 


260-2280-00 


A6A1S3004 


260-2283-00 




SWITCH, ROTARY :V0LTS/DIV 




80009 


260-2283-00 


A6A1S3005 


260-2280-00 




SW.PUSH BUTT0N:MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 


A6A1S3006 


260-2280-00 




SW,PUSH BUTTON: MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3007 


260-2280-00 




SW,PUSH BUTT0N:MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 


A6A1S3008 


260-2280-00 




SW.PUSH BUTTON:MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 


A6A1S3009 


260-2280-00 




SW.PUSH BUTTON: MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3010 


260-2280-00 




SW.PUSH BUTTON: MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 


A6A1S3011 


260-2280-00 




SW.PUSH BUTTON: MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 


A6A1S3012 


260-2280-00 




SW.PUSH BUTTON: MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 
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Tektronix 
Part No. 


Serial /Assembly No. 
Effective Dscont 


Name & Description 


Hfr. 
Code 


Mfr. Part No. 


ARA1S3013 


COU C.C.O0 UU 




SWITCH , ROTARY : V0LTS/DI V 


OflfYTQ 
OUuucJ 


lOU C.C.00 UU 


ARA1S301 4 


CUV CLOU 1AJ 




SW,PUSH BUTTON 


:MINI 


MOM. SPST, NORM OPEN 


OUUU3 


9F>0-99&0-00 

lUU llOU UU 


A6A1S3015 


?fi0-228[l-0(l 

CUV LLOU UU 




SW r PUSH BUTTON 


:MINI 


MOM. SPST, NORM OPEN 


OUUU3 


9&0-99&0-00 


A5A1S3016 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3017 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3018 


260-2280-00 

LtJu LLUJ UU 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


OUUUJ 


760-228(1-00 

COU CCOU UU 


A6A1S3019 


260-2283-00 




SWITCH , ROTARY : V0US/DI V 


8(10(19 

OUUUD 


760-2283-00 

CUU LCOO UU 


A6A1S3020 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


80009 


7R0-7280-00 


A6A1S3021 


260-2164-01 




SWITCH,SLIDE:SP0T,4A,20VAC 


09353 


1101 AV2 RF? 


A6A1S3022 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3023 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3024 


260-2280-00 

t-UU L.I.UU UU 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


8(1(109 


C\J\J llOU UU 


A6A1S3025 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


80009 

OUUUC? 


9P,0-99P>0-00 

£UU LCOU UU 


ASA1S302R 


lUU CC.OU uu 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


OUUUJ 


9F>0-99R0-0f\ 


ARA1 S3027 


iLUU LC.OU UU 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


OUUU3 




A6A1S3028 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3029 


260-2280-00 




SW.PUSH BUTTON 


MINI 


M0M.SPST.N0RM OPEN 


80009 


260-2280-00 


ABA1 S3 030 


2R0-2280-0O 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


OUUUC? 


9P.0-999.0-00 


ABA1 S3031 

nun j. v/ij j. 


2Rn-?280-00 

CUU LlUu UU 




SW.PUSH BUTTON 


MINI 


MOM. SPST .NORM OPEN 


OUUVJ 


C.OV llOU UU 


ARM ^(W 


CUU CCOU UU 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


OULAJJ 


duU llOU UU 


A6A1S3033 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST ,N0RM OPEN 


80009 


260-2280-00 


A6A1S3034 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3035 


260-2280-00 




SW.PUSH BUTTON 


MINI 


MOM. SPST .NORM OPEN 


80009 


260-2280-00 


A6A1U3001 


156-2120-00 




MICR0CKT,DGTL:SER-IN PRL-0UT SHIFT RGTR 


80009 


156-2120-00 


ABA1U3002 


156-2120-00 




M I CR0CKT , D6TL : SER- 1 N PRL-0UT SHIR RGTR 


80009 


156-2120-00 


A6A1U3003 


156-2120-00 




MICR0CKT , DGTL : SER- 1 N PRL-OUT SHIFT RGTR 


80009 


156-2120-00 


A6A1U3004 


156-2120-00 




MICR0CKT,DGTL:SER-IN PRL-OUT SHIFT RGTR 


80009 


156-2120-00 


A6A1U3005 


156-2120-00 




MICROCKf ,DGTL:SER-IN PRL-OUT SHIFT RGTR 


80009 


156-2120-00 


A6A1U3006 


156-2120-00 




M I CROOCT , DGTL : S ER- 1 N PRL-OUT SHIFT RGTR 


80009 


156-2120-00 


A6A1W652 


175-9916-00 




CA ASSY.SP.ELEC 


:20,28 AWG.11.0 L 


80009 


175-9916-00 
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Conponent No. 



Tektronix 
Part Mo. 



Serial /Assembly No. 
Effective Bscont 



Name & Description 



Mfr. 
Code 



Mfr. Part No. 



A8 

A80S100 
A8DS101 
A8DS102 



670-7280-00 
150-0057-01 
150-0057-01 
150-0057-01 



CIRCUIT BD ASSY:SCALE ILLUM 

LAMP,INCAND:5V,0.115A,WIRE LD.AGED & SEL 

LAMP,INCAND:5V,0.115A,WIRE LD.AGED & SEL 

LAMP . INCAN'D : 5V , 0. 1 ISA, WI RE LD.AGED & SEL 



80009 670-7280-00 

71744 7153 AS 15 

71744 7153 AS 15 

71744 7153 AS 15 
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Carponent No. 



Tektronix 
Part No. 



Serial/Assembly No. 
Effective Dscont 



Name & Description 



Hfr. 

Code 



Hfr. Part No. 



A9 

A9C91 

A9C1812 

A9C1813 

A9C1814 

A9C1815 

A9C1870 
A9C1885 
A9C1886 
A9C1888 
A9C1889 
A9C1890 



670-7277-09 
283-0084-00 
285-1430-00 
285-1430-00 
285-1430-00 
285-1430-00 

281-0773-00 
285-1430-00 
285-1430-00 
285-1430-00 
285-1430-00 
281-0775-01 



CIRCUIT BD ASSY: HIGH VOLTAGE 
CAP,FXD,CER DI:270PF,5%1000V 
CAP, FXD, PLASTIC :0.047UF, 10%, 400V 
CAP , FXD , PLAST I C : . 047UF , 1 0% , 400V 
CAP,FXD,PLASTIC:0.047UF,10%,400V 
CAP , FXD, PLASTIC : . 047UF , 1 0% , 400V 

CAP,FXD,CER DI:0.01UF,10%,100V 
CAP , FXD, PLASTIC : . 047UF , 1 0%, 400V 
CAP,FXD,PLASTIC:0.047UF,10%, 400V 
CAP, FXD, PLASTIC:0.047UF, 10%, 400V 
CAP, FXD, PLASTIC:0.047UF, 10%,400V 
CAP,FXD,CER DI:0.1UF,20%,50V 



80009 
59660 
80009 
80009 
80009 
80009 

04222 
80009 
80009 
80009 
80009 
04222 



670-7277-09 

838533X5F02715 

285-1430-00 

285-1430-00 

285-1430-00 

285-1430-00 

MA201C103KAA 

285-1430-00 

285-1430-00 

285-1430-00 

285-1430-00 

SA105E104MAA 



A9C1891 
A9C1912 
A9C1915 
A9C1932 
A9C1950 
A9C1951 

A9C1971 
A9C1972 
A9C1973 
A9C1980 
A9C1990 
A9C1991 

A9CR1894 
A9CR1895 
A9CR1915 
A9CR1930 
A9CR1950 
A9CR1953 

A9CR1990 

A9DS90 

A9DS91 

A9F1900 

A9J901 

A9J902 



A9J903 

A9J904 

A9L1921 

A9L1974 

A9P191 

A9P900 

A9Q1851 
A9Q1852 
A9Q1890 
A9Q1980 
A9Q1981 
A9R1812 



281-0773-00 
281-0798-00 
281-0783-00 
281-0775-01 
281-0766-00 
290-0269-01 

285-1430-00 
290-0747-00 
281-0826-00 
281-0826-00 
285-1096-00 
281-0826-00 

152-0400-00 
152-0400-00 
152-0061-00 
152-0061-00 
152-0061-00 
152-0061-00 

152-0141-02 
150-0030-00 
150-0030-00 
159-0185-00 
131-0589-00 

131-0589-00 



131-0589-00 

131-0589-00 
108-0262-00 
108-0318-00 
131-3461-00 



151-0443-00 
151-0443-00 
151-0443-00 
151-0444-00 
151-0745-00 
315-0100-02 



CAP,FXD,CER DI:0.01UF,10%,100V 
CAP,FXD,CER DI:51PF,1%,100V 
CAP,FXD,CER DI:0.1 UF 20%,100V 
CAP,FXD,CER DI:0.1UF,20%,50V 
CAP,FXD,CER DI:100PF,2O%,200V 



04222 MA201C103KAA 

04222 MA101A510GAA 

04222 MA401C104MAA 

04222 SA105E104MAA 

04222 MA106A101MAA 



CAP,FXD,ELCTLT:0.22UF,5%,35V,1KHZ,TANTULUM 56289 173D224X5035U 



CAP,FXD,PLASTIC:0.047UF,lO%,400V 80009 

CAP, FXD, ELCTLT: 100UF ,+50-20% , 25WVDC 54473 

CAP,FXD,CER DI:2200PF,10%,100V 20932 

CAP,FXD,CER DI:2200PF,10%,100V 20932 

CAP,FXD,PLASTIC:lUF,10% r 50V 14752 

CAP,FXD,CER DI:2200PF,10%,100V 20932 

SEMIC0ND DVC,DI:RECT,SI,400V,1A 04713 

SEMICOND DVC,DI:RECT,SI,400V,1A 04713 

SEMICOND DVC,DI:SW,SI,175V,0.1A,D0-35 07263 

SEMICOND DVC,DI:SW,SI,175V,0.1A,D0-35 07263 

SEMICOND DVC,DI:SW,SI,175V,0.1A,D0-35 07263 

SEMICOND DVC,DI:SW,SI,175V,0.1A,D0-35 07263 

SEMICOND DVC,DI:SW,SI,30V,150MA,30V,DO-35 03508 
LAMP, GLOW :60-90V MAX,0.6MA,A28-T,WIRE LEADS 58224 
LAMP, GLOW :60-90V MAX,0.6MA,A28-T,WIRE LEADS 58224 

FUSE, CARTRIDGES. 2 X 20MM.0.75A, 125V TK0946 

TERMINAL, PIN:0. 46 L X 0.025 SQ PH BRZ 22526 
(QUANTITY OF 9) 

TERMINAL, PIN:0. 46 L X 0.025 SQ PH BRZ 
(QUANTITY OF 2) 

TERMINAL, PIN:0. 46 L X 0.025 SQ PH BRZ 22526 
(QUANTITY OF 2) 

TERMINAL, PIN:0. 46 L X 0.025 SQ PH BRZ 22526 

C0IL,RF:FIXED,505NH 80009 

COIL,RF:FIXED,100UH 32159 

HEADER,MICR0CKT:14 PIN, 0.5 L.GOLD PL 80009 
(SUBPART OF A9W900) 

TRANSISTOR: PNP, SI, T0-92 04713 

TRANSISTOR : PNP , SI , TO-92 04713 

TRANSISTOR : PNP , SI , T0-9Z 04713 

TRANSISTOR :NPN, SI, TO-92 04713 

TRANS I STOR : PNP r SI . TO-220 61271 

RES,FXD,CMPSN:10 OHM,5%,0.25W 01121 



285-1430-00 

ECE-B25V100L 

401EM100AD222K 

401EM100AD222K 

23QB1A105K 

401EM100AD222K 

SR1977KRL 

SR1977KRL 

FDH2161 

FDH2161 

FDH2161 

FDH2161 

DA2527 (1N4152) 

A2B-T 

A2B-T 

TSC-750MA 

48283-029 



22526 48283-029 



48283-029 

48283-029 
108-0262-00 
81000M 
131-3461-00 



SPS7950 

SPS7950 

SPS7950 

SPS797 

2SA1077G 

CB1005 



A9R1813 
A9R1814 
A9R1815 
A9R1833 
A9R1834 
A9R1842 



315-0100-02 
315-0103-00 
315-0103-00 
313-1103-00 
313-1103-00 
311-2234-00 



RES,FXD,CMPSN:10 0HM,5%,0.25W 01121 CB1005 

RES,FXD,FILM:10K 0HM,5%,0.25W 19701 5043CX10K00J 

RES,FXD,FILM:10K OHM,5%,0.25W 19701 5043CX10K00J 

RES,FXD,FILM:10K OHM,5%,0.2W 57668 TR20JE10K0 

RES, FXD, FILM: 10K OHM,5%,0.2W 57668 TR20JE10K0 

RES, VAR,N0NWW:TRMR,5K OHM, 20%, 0.5W LINEAR TK1450 GF06UT 5K 



A9R1848 



311-2234-00 



RES, VAR,N0NWW:TRMR,5K OHM, 20%, 0.5W LINEAR TK1450 GF06UT 5K 
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Tektronix 


Serial /Assembly No. 




Mfr. 




Component No. 


Part Ho. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A9R1853 


321-0447-00 




RES, FXD, FILM:442K OHM, 1%,0. 125W,TC=T0 


24546 


NA55D4423F 


A9R1854 


321-0435-00 




RES, FXD, RLM:332K OHM, 1%, 0. 125W,TC=T0 


07716 


CEAD33202F 


A9R1855 


321-0407-00 




RES, FXD, FILM: 169K OHM,1%,0.125W,TC=TO 


07716 


CEAD16902F 


A9R1856 


321-0367-00 




RES , FXD, F I LM : 64 . 9K OHM , 1% , . 1 25W , TOT0 


07716 


CEAD64901F 


A9R1857 


321-0364-00 




RES,FXD,FILM:60.4K OHM,1%,0.125W,TC=TO 


19701 


5043ED60K40F 


a on 1 oco 
A9K18bo 


313-1105-00 




n f~o rur\ rT i Li i k j At it i re/ a oi r 

RES,FXD,FILM:1M 0HM,5%,0.2W 


57668 


1 K20JtlM 


A9R1864 


311-2236-00 




RES,VAR,N0NWW:TRMR,20K 0HM,2O%,0.5W LINEAR 


TK1450 


GF06UT 20K 


A9R1870 


311-2239-00 




RES,VAR,NONWW:TRMR,100K OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 100K 


A9R1871 


315-0154-00 




RES, FXD, FILM: 150K 0HM,5%,0.25W 


57668 


NTR25J-E150K 


A9R1872 


315-0184-00 




RES, FXD, FILM: 180K 0HM,5%,0.25W 


19701 


5043CX18OK0J 


A9R1873 


313-1103-00 




RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 


■ aim n"7n 

A9R1878 


311-2239-00 




RES,VAR,NONWW:TRMR,100K OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 100K 


A9R1880 


315-0434-00 




RES,FXD,FILM:430K 0HM,5%,0.25W 


57668 


NTR25J-E430K 


A9R1881 


321-0385-00 




RES,FXD,FILM:100K OHM,l%,0.125W,TC=T0 


19701 


5033ED100KOF 


A9R1885 


315-0103-00 




RES, FXD, FILM: 10K 0HM,5%0.25W 


19701 


5O43CX10K0OJ 


A9R1888 


315-0100-02 




RES,FXD,CMPSN:10 OHM,5%,0.25W 


01121 


CB1005 


A9R1890 


313-1473-00 




RES,FX0,FILM:47K OHM,5%,0.2W 


57668 


TR20JE 47K 


AyRioai 


TOI A dO 1 AJl 

321-0481-04 




nrp r~ V/A r~T I 11 1IJ AIBlJ a 10/ a i orw ta to 

RES, FXD, FILM: 1M OIHM,0.1%,0.12bw,TC=T2 


91637 


LMhbbllbulOUUdb 


A9R1892 


321-0693-00 




RES,FXD,FILM:68.1K 0HM,0.5%,0.125W,TC=T0 


19701 


5033RD6812DB2980 


A9R1893 


321-0481-04 




RES, FXD, FILM: 1M 0HM,0.1%,0.1 25W, TC=T2 


91637 


CMF55116D10003B 


A9R1895 


313-1302-00 




RES,FXD,FILM:3K 0HM,5%,0.2W 


57668 


TR20JE 03KO 


A9R1896 


315-0100-02 




RES,FXD,CMPSN:10 0HM,5%,0.25W 


01121 


CB1005 


A9R1897 


313-1102-00 




RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01K0 


A9R1898 


mo 1 1 no aa 

313-1102-00 




RES, FXD, FILM: IK 0HM,5%,0.2W 


57668 


TnoA icm Vf\ 

I K20JtUlKD 


A9R1901 


315-0101-03 




RES,FXD,CMPSN:100 OHM,5%,0.25W 


01121 


CB1015 


A9R1910 


321-0271-00 




RES , FXD, FI LM: 6 . 49K OHM , l% , . 125W, TC=T0 


07716 


CEAD64900F 


A9R1911 


321-0245-00 




RES,FXD,FILM:3.48K 0HM,1%,0.125W,TC=T0 


19701 


5033ED3K48F 


A9R1913 


315-0101-03 




RES,FXD,CMPSN:100 0HM,5%,0.25W 


01121 


CB1015 


A9R1920 


315-0152-00 




RES,FXD,FILM:1.5K OHM,5%,0.25W 


57668 


NTR25J-E01K5 


ASR19Z2 


ii r aoo i An 

315-0331-03 




nrr i~va Aimcii oia ai ki coj a on i 

RES,FXD,CMPSN:330 OHM 5/.,0.25W 


01121 


Uwdlb 


A9R1941 


313-1201-00 




RES,FXD,FILM:200 0HM,5%,0.2W 


57668 


TR20JE200E 


A9R1944 


321-0306-00 




RES , FXD , FI LM : 15 . OK OHM , 1% , . 125W , TC=T0 


19701 


5033ED15J00F 


A9R1945 


321-0963-07 




RES , FXD, FI LM: 98 . 73K OHM, . 1%, 0. 125W,TC=T9 


07716 


CEA 98.73K0HM 1% 


A9R1950 


313-1103-00 




RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A9R1951 


313-1220-00 




RES,FXD,FILM:22 OHM,5%,0.2W 


57668 


TR20JE22E 




i>1 1 1 O AO AA 

313-1202-00 




nrf J — vy a i~t i u oi/ ai >j co/ a oi I 

RES,FXD,FILM:2K OHM,5K,0.2w 


57668 


1 K20JtU2KU 


A9R1953 


313-1393-00 




RES,FXD,FILM:39K OHM,5%,0.2W 


57668 


TR20JE 39K 


A9R1971 


313-1202-00 




RES, FXD, FILM: 2K OHM,5%,0.2W 


57668 


TR20JE02K0 


A9R1972 


313-1224-00 




RES,FXD,FILM:220K,5%,0.2W 


57668 


TR20JE 220K 


A9R1973 


313-1124-00 




RES, FXD, FILM: 120K 0HM,5%,0.2W 


57668 


TR20JE120K 


A9R1990 


321-0693-00 




RES, FXD, FILM: 68. IK Ort*l,0.5%,0.125W,TC=TO 


19701 


5033RD6812DB2980 


AQD1 QQ1 


0ID-U1U/-UU 




□ trc [rvr> cti u.1 nnu nm c°/ n oof 
Ktb,rXL),rlLM:lUlX1 Um,b/«,U.2bW 


Ulliil 


PD1 r\~tc 


A9R1992 


313-1394-00 




RES,FXD,FILM:390K,5%0.2W 


57668 


TR20JE 390K 


A9R1994 


321-0402-00 




RES , FXD , FI LM : 1 50K OHM , 1% , . 125W , TC=T0 


19701 


5033ED150KOF 


A9T1970 


120-1418-01 




XFMR,PWR,SDN&SU:HIGH VOLTAGE 


80009 


120-1418-01 


A9U1830 


152-0805-00 




SEMIC0ND DVC,DI:HV MULTR.4.67KV INPUT, +14KV 


S4431 


MSR8506 


A9U1890 


156-1191-01 




MICROCKT,LINEAR:BIFET,DUAL 0PNL AMPL , SCRN 


80009 


156-1191-01 


A9U1956 


156-0158-07 




M I CR0CKT , L I NEAR : DUAL 0PNL AMPL, SCREENED 


01295 


MC1458JG4 


A9VR1891 


152-0282-00 




SEMIC0NO DVC , 01 : ZEN , SI , 30V , 2% , 400MW , 00-35 


14552 


1N972B 


A9W900 


198-4603-01 




WIRE SET,ELEC:W/CRT SOCKET 


80009 


198-4603-01 


A9W1909 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


DMA 07 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assenbly No. Hfr. 
Component No. Part No. Effective Dscont Name & Description Code Hfr. Part No. 

A13 307-1154-00 PASSIVE NETWORK: CRT TERMINATOR 80009 307-1154-00 
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2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 

raTT iiu. 


Serial /Assembly No. 
E"f fsct i vb Dscont 


rkflllc 01 UcoCI lULimi 


Mfr. 
Code 


Mfr. Part No. 


AX4 


P7n unnn nn 
0/U OUUU UU 






80009 


670-8000-00 


A14lo4Ui 


coi-U//o-Ui 




rap ryn pfd. m - a 11 if ?cp/ rov 


04222 


SA105E104MAA 


AJ.4Ji41 


131 ncno nn 




TFDMTMAI DTM-H 3fiR 1 Y 0.9^ RR7 ft! Fl PI 
1 LKniDHL r r 1 1* . U .003 L A U.U£3 DF\£. uLU rL 


22526 


48283-036 








^yuANi in ur 0} 






Ai4Ko4Ul 






pre wad NfiNUU-TRMR flHM ?IT/ SW 1 TNFAR 


TK1450 


GF06LiT 5K 


A14R3402 


313-1222-00 




RES r FXD,FILM:2,2K 0HM r 5%,0.2W 


57668 


TR20JE 02K2 


A14R3403 


313-1750-00 




RES, FXD, FILM: 75 0HM,5%0.2W 


57668 


TR20JE 75E 


A1 ADIAdA 
A14Kj4U4 


Oil U£04-UU 




pre pvn CTIM-« OHM 1°/ Ci 1 9RU Tf-Tfl 
KLo , rAU , r 1 Ln . O . 0/ N um , i/o, U . lcJW , I U— 1 U 


19701 


5043ED8K870F 


RlH-rtOHUO 


OlO 1/OU UU 




RF^ FYn FTIM-7R OHM 7M 
f\Lo r tau , r i Ln . / o un i r <j/o , u . cw 


57668 


TR20JE 75E 




oci Utyy uu 




RF^ FYn FTIM-1? 7K DHM 1°/ 1?RW Tr=T0 
r\LO t rAU , r I Ln . 1 C . / in urn r i/o,u. j. ljw , i o i u 


19701 


5033ED12K70F 


A14R3407 






RES,VAR,N0NWW:TRMR,5K OHM,20%,0.5W LINEAR 


TK1450 


6F06UT 5K 


A14R3408 


321-0284-00 




RES ', FXD' r FI LM : 8 . 87K OHM , 1% , . 125W , TC=T0 


19701 


5043ED8K870F 


A14R3409 


313-1222-00 




RES,FXD,FILM:2.2K 0HM,5%,0.2W 


57668 


TR20JE 02K2 


A14R3410 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A14R3411 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A14U3401 


156-0130-00 




MICR0CKJ,LINEAR:M0DULAT0R/DEM0DULAT0R 


80009 


156-0130-00 


A14U34Q2 


156-0130-00 




MI CR0CCT , LI NEAR : MODULATOR/DEMODULATOR 


80009 


156-0130-00 


A14VR3401 


152-0227-00 




SEMIC0ND DVC, DI :ZEN , SI , 6 . 2V , 5%, 0. 4W,00-7 


04713 


SZ13903 



8-50 



REV SEP 1989 



2465B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 


Mfr. Part No. 


Conoonent No. 


Part Ho. 


Effective Dscont 


Name & Description 


Code 




?ai _r)fiQ7_nn 

LOl KJUZI/ \JV 




tap Fxn rFR rtT • snnoPF +100-0% iqov 


72982 


2425-003W5W0502Z 


L90 


119-1478-01 




COIL, TUBE DEFL:FXD, TRACE ROTATION 


80009 


119-1478-01 


R134 


311-2174-01 




RES,VAR,N0NWW:5K 0HM,20%,0.5W 


12697 


CM43477 


R351 


311-2174-01 




RES,VAR,N0NWW:5K 0HM,20%,0.5W 


12697 


CM43477 


R352 


311-2174-01 




RES,VAR,N0NWW:5K OHM,20%,0.5W 


12697 


CM43477 


R975 


311-1482-01 




RES,VAR,N0NWW:PNL,5K OHM,20%,0.5W 


12697 


CM43478 


R976 


311-2174-01 




RES,VAR,N0NWW:5K OHM,20%,0.5W 


12697 


CM43477 


R977 


311-1482-01 




RES,VAR,N0NWW:PNL,5K OBM,20%,0.5W 


12697 


CM43478 


V900 


154-0850-01 




CRT ASSEMBLY: FINISHED 2445 


80009 


154-0850-01 
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Section 9 - 2465B/Z467B Service 



REPLACEABLE 
ELECTRICAL PARTS 

PARTS ORDERING INFORMATION 



Replacement parts are available frcm or through your local 
Tektronix, Inc. Field Office or representative. 

Changes to Tektronix instruments are sometimes made to 
accommodate improved components as they become available, 
and to give you the benefit of the latest circuit improvements 
developed in our engineering department. It is therefore impor- 
tant, when ordering parts, toincludethefollowing information in 
your order: Part number, instrument type or number, serial 
number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix, Inc. Field Office or represen- 
tative will contact you concerning any change in part number. 

Change information, if any, is located at the rear of this 
manual. 

LIST OF ASSEMBLIES 

A list of assemblies can be found at the beginning of the 
Electrical Parts List. The assemblies are listed in numerical order. 
When the complete component number of a part is known, this list 
will identify the assembly in which the part is located. 



Only the circuit number will appear on the diagrams and 
circuit board illustrations. Each diagram and circuit board 
illustration is clearly marked with the assembly number. 
Assembly numbers are also marked on the mechanical exploded 
views located in the Mechanical Parts List. The component 
number is obtained by adding the assembly number prefix to the 
circuit number. 

The Electrical Parts List is divided and arranged by 
assemblies in numerical sequence (e.g., assembly A1 with its 
subassemblies and parts, precedes assembly A2 with its sub- 
assemblies and parts). 

Chassis-mounted parts have no assembly number prefix 
and are located at the end of the Electrical Parts List. 



TEKTRONIX PART NO. (column two of the 
Electrical Parts List) 

Indicates part number to be used when ordering replace- 
ment part from Tektronix. 



CROSS INDEX-MFR. CODE NUMBER TO 
MANUFACTURER 

The Mfr. Code Number to Manufacturer index for the 
Electrical Parts List is located immediately after this page. The 
Cross Index provides codes, names and addresses of manufac- 
turers of components listed in the Electrical Parts List. 

ABBREVIATIONS 

Abbreviations conform to American National Standard Y1 .1 . 

COMPONENT NUMBER (column one of the 
Electrical Parts List) 

A numbering method has been used to identify assemblies, 
subassemblies and parts. Examples of this numbering method 
and typical expansions are illustrated by the following: 

Example a. component number 

A23R1234 A23 ~ ^234 

Assembly number ""^^V Circuit number 



Read: Resistor 1234 of Assembly 23 



Example b. 



A23A2R1234 
Assembly 
number 



component number 
A23 A2 R1234 



Read: Resistor 1234 of Subassembly 2 of Assembly 23 



SERIAL/MODEL NO. (columns three and four 
of the Electrical Parts List) 

Column three (3) indicates the serial number at which the 
part was first used. Column four (4) indicates the serial number at 
which the part was removed. No serial number entered indicates 
part is good for all serial numbers. 



NAME & DESCRIPTION (column five of the 
Electrical Parts List) 

In the Parts List, an Item Name is separated from the 
description by a colon (:). Because of space limitations, an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H6-1 
can be utilized where possible. 



MFR. CODE (column six of the Electrical Parts 
List) 

Indicates the code number of the actual manufacturer of the 
part. (Code to name and address cross reference can be found 
immediately after this page.) 



MFR. PART NUMBER (column seven of the 
Electrical Parts List) 

Indicates actual manufacturers part number. 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Mfr. 
Code 



Manufacturer 



Address 



City. State. Zip Code 



00213 NYTRONICS COMPONENTS GROUP INC 

SUBSIDIARY OF NYTRONICS INC 
00779 AMP INC 

01121 ALLEN-BRADLEY CO 
01295 TEXAS INSTRUMENTS INC 

SEMICONDUCTOR GROUP 
02113 CQILCRAFT INC 
02735 RCA CORP 

SOLID STATE DIVISION 
03508 GENERAL ELECTRIC CO 

SEMI-CONDUCTOR PRODUCTS DEPT 
03888 PYROFILM DIV 

DIV OF KDI ELECTRONICS INC 
04222 AVX CERAMICS 

DIV OF AVX CORP 
04713 MOTOROLA INC 

SEMICONDUCTOR PRODUCTS SECTOR 
05292 ITT COMPONENTS DIV 
05397 UNION CARBIDE CORP 

MATERIALS SYSTEMS DIV 
05828 GENERAL INSTRUMENT CORP 

GOVERNMENT SYSTEMS DIV 
06665 PRECISION MONOLITHICS INC 

SUB OF BOURNS INC 
07263 FAIRCHILD SEMICONDUCTOR CORP 

NORTH AMERICAN SALES 

SUB OF SCHLUMBERGER LTD MS 118 
07716 TRW INC 

TRW IRC FIXED RESISTORS/BURLINGTON 
09019 GENERAL ELECTRIC CO 

POWER ELECTRONICS SYSTEMS DEPT 
09353 C AND K COMPONENTS INC 
09922 BURNDY CORP 
11236 CTS CORP 

BERNE DIV 

THICK FILM PRODUCTS GROUP 
12954 MICROSEMI CORP - SCOTTSDALE 

12969 UNITRODE CORP 
14298 INSILCO CORP 
ACIC DIV 

14301 ANDERSON ELECTRONICS INC 

14433 ITT SEMICONDUCTORS DIV 
14552 MICROSEMI CORP 
14674 CORNING GLASS WORKS 
15454 KETMA 

RODAN DIVISION 
18324 SIGNETICS CORP 

MILITARY PRODUCTS DIV 
19701 MEPCO/CENTRALAB 

A NORTH AMERICAN PHILIPS CO 

MINERAL WELLS AIRPORT 
20462 PREM MAGNETICS INC 
20932 KYXERA INTERNATIONAL INC 

22526 DU PONT E I DE NEMOURS AND CO INC 
DU PONT CONNECTOR SYSTEMS 
DIV MILITARY PRODUCTS GROUP 

24226 GOWANDA ELECTRONICS CORP 

24546 CORNING GLASS WORKS 

25088 SIEMENS CORP 

27264 MOLEX INC 

31471 AMERICAN MICRO SYSTEMS INC 

31918 ITT SCHADOW INC 



ORANGE ST 

2800 FULLING MILL 
PO BOX 3608 
1201 S 2ND ST 
13500 N CENTRAL EXPY 
PO BOX 655012 
1102 SILVER LAKE RD 
ROUTE 202 

W GENESEE ST 

60 S JEFFERSON RD 

19TH AVE SOUTH 

P BOX 867 

5005 E MCDOWELL RD 

11901 MADISON AVE 
600 W JOHN ST 
1500 SPACE PARK DR 
10400 RIDGEVIEW CT 

2850 MT PLEASANT AVE 

ELECTRONICS PARK 
BLDG 7 

15 RIVERDALE AVE 
RICHARDS AVE 
406 PARR ROAD 



8700 E THOMAS RD 
P BOX 1390 
5 FORBES RD 

PAMLICO BLDG SUITE 209 

3306 EAST CHAPEL HILL NELSON HWY 

310 PENN ST 

PO BOX 89 

2830 S FAIRVIEW ST 

HOUGHTON PK 

2900 BLUE STAR STREET 

4130 S MARKET COURT 

PO BOX 760 



3519 N CHAPEL HILL 
11620 SORRENTO VALLEY RD 
PO BOX 81543 PLANT NO 1 
515 FISHING CREEK RD 



NO 1 INDUSTRIAL PL 
550 HIGH ST 
186 WOOD AVE S 
2222 WELLINGTON COURT 
3800 HOMESTEAD RD 
8081 WALLACE RD 



DARLINGTON SC 29532 

HARRISBURG PA 17105 

MILWAUKEE WI 53204-2410 
DALLAS TX 75265 

CARY IL 60013-1658 
SOMERVILLE NJ 08876 

AUBURN NY 13021 

WHIPPANY NJ 07981-1001 

MYRTLE BEACH SC 29577 

PHOENIX AZ 85008-4229 

CLIFTON NJ 
CLEVELAND OH 44101 

HICKSVILLE NY 11802 

SANTA CLARA CA 95050 

CUPERTINO CA 95014 

BURLINGTON IA 52601 

SYRACUSE NY 13221 

NEWTON MA 02158-1057 
NORWALK CT 06852 
BERNE IN 46711-9506 

SCOTTSDALE AZ 85252 

LEXINGTON MA 02173-7305 
RESEARCH TRIAGLE PARK NC 27709 

HOLLIDAYSBURG PA 16648-2009 

WEST PALM BEACH FL 
SANTA ANA CA 92704-5948 
CORNING NY 14830 
ANAHEIM CA 92806-2591 

SACRAMENTO CA 95834-1222 

MINERAL WELLS TX 76067-0760 



MCHENRY IL 60050-2504 
SAN DIEGO CA 92121 

NEW CUMBERLAND PA 17070-3007 



GOWANDA NY 14070-1409 
BRADFORD PA 16701-3737 
ISELIN NJ 08830-2704 
LISLE IL 60532-1613 
SANTA CLARA CA 95051-4542 
EDEN PRAIRIE KN 55344-2224 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Mfr. 
Code 



Manufacturer 



Address 



City, State. Zip Code 



32159 WEST-CAP ARIZONA 

SUB OF SFE TECHNOLOGIES 
32997 BOURNS INC 

TRIMPOT DIV 
34335 ADVANCED MICRO DEVICES 
34479 RENCO CORP 
34899 FAIR-RITE PRODUCTS CORP 
50434 HEWLETT-PACKARD CO 

OPTOELECTRONICS DIV 
51406 MURATA ERIE NORTH AMERICA INC 

HEADQUARTERS AND GEORGIA OPERATIONS 
52769 SPRAGUE-GOODMAN ELECTRONICS INC 
53387 MINNESOTA MINING MFG CO 

3M ELECTRONIC PRODUCTS DIV 
54473 MATSUSHITA ELECTRIC CORP OF AMERICA 

54583 TDK ELECTRONICS CORP 

54937 DEYOUNG MANUFACTURING INC 

55112 WESTLAKE CAPACITORS INC 

55680 NICHICON /AMERICA/ CORP 

56289 SPRAGUE ELECTRIC CO 
WORLD HEADQUARTERS 

56845 DALE ELECTRONICS INC 

57668 ROHM CORP 

59660 TUSONIX INC 

59821 MEPCO/CENTRALAB 

A NORTH AMERICAN PHILIPS CO 
60705 CERA-MITE CORPORATION 
61271 FUJITSU MICROELECTRONICS INC 
62786 HITACHI AMERICA LTD 
65786 CYPRESS SEMICONDUCTOR CORP 
71400 BUSSMANN 

DIV OF COOPER INDUSTRIES INC 
71744 GENERAL INSTRUMENT CORP 

LAMP DIV/WORLD WIDE/ 
72982 ERIE SPECIALTY PRODUCTS INC 
73138 BECKMAN INDUSTRIAL CORP 

BECKMAN ELECTRONIC TECHNOLOGIES 

SUB OF EMERSON ELECTRIC 
75042 IRC ELECTRONIC COMPONENTS 

PHILADELPHIA DIV 

TRW FIXED RESISTORS 
80009 TEKTRONIX INC 

81483 INTERNATIONAL RECTIFIER 
81855 EAGLE-PICHER INDUSTRIES INC 

ELECTRONICS DIV 
83003 VARO INC 

91637 DALE ELECTRONICS INC 

93410 ESSEX GROUP ING 

CONTROLS DIV 

LEXINGTON PLANT 
S4431 MURATA MFG CO LTD 

TK0515 ERICSSON COMPONENTS INC 

TK0935 MARQUARDT SWITCHES INC 

TK0946 SAN-0 INDUSTRIAL CORP 
TK0961 NEC ELECTRONICS USA INC 
ELECTRON DIV 



2201 E ELVIRA ROAD 

1200 COLUMBIA AVE 

901 THOMPSON PL 
26 COROMAR DRIVE 
1 COMMERCIAL ROW 
370 W TRIMBLE RD 

2200 LAKE PARK DR 

134 FULTON AVE 
3M CENTER 

ONE PANASONIC WAY 

PO BOX 1501 

12 HARBOR PARK DR 

12920 NE 125TH WAY 

5334 STERLING CENTER DRIVE 

927 E STATE PKY 

92 HAYDEN AVE 

2300 RIVERSIDE BLVD 

PO BOX 74 

8 WHATNEY 

PO BOX 19515 

7741 N BUSINESS PARK DR 

PO BOX 37144 

7158 MERCHANT AVE 

1327 6TH AVE 

2985 KIFER RD 

1800 BERING DRIVE 

3901 N 1ST ST 

114 OLD STATE RD 

PO BOX 14460 

4433 N RAVENSWOOD AVE 

645 W 11TH ST 
4141 PALM ST 



401 N BROAD ST 



14150 SW KARL BRAUN DR 

PO BOX 500 

9220 SUNSET BLVD 

COUPLES DEPT C AND PORTER STS 

PO BOX 47 

2203 W WALNUT ST 

PO BOX 401426 

2064 12TH AVE 

PO BOX 609 

45-55 PLYMOUTH ST 

P BOX 1007 

16 KAIDEN NISHIJM CHO 

NAGAOKAKY-CITY 

403 INTERNATIONAL PKY 

PO BOX 853904 

67 ALBANY ST 

PO BOX 465 

170 WILBUR PL 

401 ELLIS ST 

PO BOX 7241 



TUCSON AZ 85706-7026 

RIVERSIDE CA 92507-2114 

SUNNYVALE CA 94086-4518 
GOLETA CA 93117-3024 
WALLKILL NY 12589 
SAN JOSE CA 95131 



SMYRNA GA 30080 

GARDEN CITY PARK NY 11040-5352 
ST PAUL MN 55101-1428 

SECAUCUS NJ 07094-2917 

PORT WASHINGTON NY 11550 
KIRKLAND WA 98034-7716 
WESTLAKE VILLAGE CA 91361 
SCHAUMBURG IL 60195-4526 
LEXINGTON MA 02173-7929 

NORFOLK NE 68701-2242 

IRVINE CA 92713 

TUCSON AZ 85740-7144 

EL PASO TX 79915-1207 

GRAFTON WI 53024-1831 
SANTA CLARA CA 95051-0802 
SAN JOSE CA 95122 
SAN JOSE CA 95134-1506 
ST LOUIS MO 63178 

CHICAGO IL 60640-5802 

ERIE PA 16512 
FULLERTON CA 92635 



PHILADELPHIA PA 19108-1001 

BEAVERTON OR 97077-0001 

LOS ANGELES CA 90069-3501 
JOPLIN MO 64801 

GARLAND TX 75042 

COLUMBUS NE 68601-3632 

LEXINGTON OH 44904 

KYOTO JAPAN 

RICHARDSON TX 75085-3904 

CAZENOVIA NY 13035-1219 

BAHEMIA LONG ISLAND NY 11716 
MOUNTAIN VIEW CA 94039 
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2467B Replaceable Electrical Parts 
Z465B/Z467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Mfr. 
Code 



Manufacturer 



Address 



City, State. Zip Code 



TK1124 LUMEX OPTO/COMPONENTS INC 

TK1345 ZMAN AND ASSOCIATES 

TK1450 TOKYO COSMOS ELECTRIC CO LTD 

TK1483 TEKA PRODUCTS INC 

TK1492 COFER COMPONENT PROCESSING 

TK1544 COMPUTER CONNECTIONS 

TK1573 WILHELM WESTERMAN 

TK1727 PHILIPS NEDERLAND BV 

AFD ELONCO 

TK1899 MINNESOTA MINING AND MFG CO 

TK2042 ZMAN & ASSOCIATES 

TK2282 KYOCERA AMERICA INC 



292 E HELLEN RD 
7633 S 180TH 
2-268 SOBUDAI ZAWA 
45 SALEM ST 
3270 KELLER ST 
UNIT 11 

30608 SAN ANTONIO ST 
PO BOX 2345 
AUGUSTA-ANLAGE 56 
POSTBUS 90050 

5400 RT B 

PO BOX 1228 

7633 S 180TH 

5701 E FOURTH PLAIN BLVD 



PALATINE IL 60067-6955 
KENT WA 98032 
KANAGAWA 228 JAPAN 
PROVIDENCE RI 02907 
SANTA CLARA CA 95050 

HAYWARD CA 94544 

6800 MANNHEIM 1 WEST GERMANY 

5600 PB EINDHOVEN THE NETHERLANDS 

COLUMBIA MO 65205 

KENT WA 98032 
VANCOUVER WA 98661 
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2467B Replaceable Electrical Parts 
Z465B/2467B Service 



Cctrponent No. 



Tektronix 
Part No. 



Serial/Assenfcly No. 
Effective Dscont 



Hare & Description 



Mfr. 
Code 



Mfr. Part No. 



Al 
Al 
Al 
A2 

A2A1 
A3 



A4 
A5 
A5 
A6 

A6 

A6A1 



A8 

A9 

A13 

A15 

A15 



671-0722-01 
671-0722-06 

671- 0722-08 

672- 1037-12 



670-9493-02 

670- 9052-02 

671- 0965-00 
614-0825-00 

614-0826-00 



670-7280-00 
670-9217-05 
307-1154-00 
670-9670-00 
670-1058-00 



B010100 
B010575 
B010809 



B010574 
B010808 



B010100 
B010100 
B050000 



B049999 
B049999 



B010100 
B010575 



B010574 



CIRCUIT BD ASSY:MAIN 80009 671-0722-01 

CIRCUIT BD ASSY:MAIN 80009 671-0722-06 

CIRCUIT BD ASSY:MAIN 80009 671-0722-08 

CIRCUIT BD ASSY:LV PWR SPLY MODULE 80009 672-1037-12 

CIRCUIT BD ASSY: REGULATOR 

(AVAILABLE AT THE 672-1037-XX LEVEL ONLY) 

CIRCUIT BD ASSY: INVERTER 

(AVAILABLE AT THE 672-1037-XX LEVEL ONLY) 

CIRCUIT BD ASSY: READOUT 80009 670-9493-02 

CIRCUIT BD ASSY:DIGITAL CONTROL 80009 670-9052-02 

CIRCUIT BD ASSY :C0NTR0L/READOUT/BUFFER 80009 671-0965-00 

FRONT PNL ASSY: STANDARD, 2445B/55B/65B & 67B 80009 614-0825-00 
(STANDARD) 

FRONT PNL ASSY: TV OPTION, 2445B/55B/65B/67B 80009 614-0826-00 
(OPTION 05) 

CIRCUIT BD ASSY: FRONT PANEL 
(REPLACEABLE AT A6 LEVEL ONLY) 



CIRCUIT BD ASSY:SCALE ILLUM 
CIRCUIT BD ASSY:HV PVR SPLY 
PASSIVE NETWORK:CRT TERMINATOR 
CIRCUIT BD ASSY:HOLDOFF COMPARATOR 
CIRCUIT BD ASSY:C0NNECT0R 



80009 
80009 
80009 
80009 
80009 



670-7280-00 
670-9217-05 
307-1154-00 
670-9670-00 
670-1058-00 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





1 cKLrOn 1 x 


Serial /Assent! y No. 




Mfr. 


Mfr. Part No. 


Conpanent No. 


Part No. 


Effective 


Dscont 


Name & Description 


Code 


MI 


R71 -^,799-01 
0/ 1 _ U/ cc-\Jl 


B010100 


B010574 


flUTI ITT RD A^Y'MATN 

OIKOUl I OU njjl .mil 1 ! 


80009 


671-0722-01 


Al 


K71 -fl799-nfi 
D/ 1 U/ cc~"UO 


n ai rtnr 

B010575 


B010808 


rTBTI ITT RD AWr'MATN 


80009 


671-0722-06 


A1 

Al 


R71 -ri700_AQ 
0/ 1~U/ cc-Uo 


r»Ai AOAn 

B0 10809 




PTRPIITT RD A^Y-MATN 


80009 


671-0722-08 


AlAil 


liy-COHC-UO 


B010100 


B010341 


flTTFNI liTHB VAR • PRflfiRAKMARI F 1 X- 1 00X 


80009 


119-2342-05 


A1A11 


119-2342-07 


B010342 


B050181 


ATTENUATOR , VAR : 1X-100X , CHANNEL 1 


80009 


119-2342-07 


A1A11 


119-2342-09 


B050182 




ATTENUATOR , VAR : 1X-100X , CHANNEL 1 


80009 


119-2342-09 


AlAlc 


±13 C04c. UD 


f1A1 A1 AA 

B010100 


nAi ai / 1 

B010341 


flTTFNIlATflR VAR ■ PRnfiRAMMARI F 1X-100X 


80009 


119-2342-06 


A1 Al 9 




BO l 0342 


nnrAi ai 

B050181 


R \ I Ll"iUnl UK, VrtK. 1A lUUA.VjnnllltLL C 


80009 


119-2342-08 


A1 A1 9 
AlAlc 


iiy C04c 1U 


rj A r~ A 1 a a 

B050182 






80009 


119-2342-10 


A1L1UU 


900 nnnn nn 
coo uuuu uu 






pad cvn pfd m-n nnniP +inn-nv ^nnu 

Lnr,rAU,uE-K Ul .U.UU1Ut ( tiva/ U/o,OUUV 


59660 


831-610- Y5U0102P 


A1C102 


290-0973-00 






CAP, FX0, ELCTLT : 100UF,20%, 25VDC 


55680 


ULB1E101MPA 


A1C103 


281-0812-00 






CAP,FXD,CER DI:1000PF,10%,100V 


04222 


MA101C102KAA 


a 1 p 1 nc 


901 cwiCA on 
_:ol-uuo4-uU 






rap uad pi A^Tir-n ?c,_i tpc Rnnv 

LHr r Vnf\, rLnJ 1 iLr.U. CO 1 . OTr , OUUY 


52769 


cd_530-013 


ft 1 P 1 l"\C 

AiLlub 


901 n77c ni 






pad cvn pfp ni'd 11 ip ?ce/ Rnv 

OArfrAUrULK Ul .U. iUr ,c.U/o f OUV 


04222 


SA105E104MAA 


A 1 P 1 A7 

A1L1U7 


9on no/iQ no 






pad cvn FirTIT-A7IIF M 9R\/ 
(-ftHrrrAUillLuILl .4/Ur f cU/o, c-jV 


55680 


UVX1E470HAA1TD 


ft i pi no 
AlLlUo 


901 n77c: m 






T-IP FYD. PFR DT * IMF 9Cf/ 


04222 


SA105E104MAA 


A1C109 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C110 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20% r 50V 


54583 


MA12X7R1H223M-T 


A 1 PI 1 Q 


901 nnnQ nn 
coi uy uy uu 








54583 


MA12X7R1H223M-T 


Al PI 1 A 


9QA AQyiO no 

c^u-iwo uc 






TAP FYT1 FITTIT-47IIF ?(?/ ?"iV 


55680 


UVX1E470MAA1TD 


fl1 P1 1 c, 
A1L113 


901 n7fii »nn 
col -u/oi~uu 






TAP FVn TFB r)T-?7PF 100V 


04222 


MA101A270JAA 


A 1 PI 1 C 


901 ncid nn 
(iol-UOl4-UU 






TAP Fvn TFR nT-ion PF 10% 100V 

LHr f rAU,ULr\ Ul . luu rr ,iun,iwi 


04222 


MA101A101KAA 


A1C117 


281-0775-01 






CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C118 


281-0205-00 






CAP,VAR,PLASTIC:5.5-65 PF.100V 


TK1727 


2222-808-32659 


A1 P1 1Q 


901 nn aq nn 

coi-uyuy uu 






pap Fvn pfr ni-n o??if ?cpi sov 

Urtr r rAU r OLr\ Ul . U. \JCC\Jt , t.U/0, -JU¥ 


54583 


MA12X7R1H223M-T 


ft 1 PI OA 

AlLlcU 


901 hq no nn 
coi uyuy uu 






TAP FVn TFR ni-0 0??IF 2054 50V 


54583 


MA12X7R1H223M-T 


A 1 P1 91 

AlLIcl 


9Qn no/ii no 
cau uy^o Uii 






TAP FKn FITTIT-47IIF 7CP/L ?5V 


55680 


UVX1E470MAA1TD 


A in 9C 
AlUlcO 


901 n77c;-ni 

tOl u/ / D Ul 






TAP FYT1 TFR (IT -0 11 IF ?0X 50V 

Uir r rAU,OU^ Ul . U. lur f CUAp jv/v 


04222 


SA105E104MAA 


A1C130 


290-0776-01 






CAP, FXD, ELCTLT : 22UF, 20%, 10WVDC 


55680 


ULB1A220MAA1TD 


A1C152 


290-0943-02 






CAP, FXD, ELCTLT : 47UF, 20%, 25V 


55680 


UVX1E470MAA1TD 


Al PI CA 

A1L1D4 


9R1 nsi 9_nn 
col uoic uu 






rap FYn pfr ni-mnnPF \cfi ioov 


04222 


MA101C102KAA 


Al PI 7C 

A101/ □ 


cOO 10U1 Ul 






TAP FXD MTI7T)-0 471 IF 10% 50V 

, r AU, n 1 LIU • w • H/ ur , 1 U/o, OUV 


55112 


1850.47K50ABB 


AIM 7fi 


COO 1040 uu 






PAP FXO MTI 7D-0 ??IIF 10% 63V 


TK1573 


ORDER BY DESCR 


A1P1 77 

Aim// 


COO 1040 UU 






TAP FYn MTI TOO ??\\f 10% R3V 


TK1573 


ORDER BY DESCR 


A1C179 


285-1301-01 






CAP,FXD,m"LZD:0.47UF,10%,50V 


55112 


1850.47K50ABB 


A1C180 


285-1301-01 






CAP, FXD, MTLZO : .47UF , 10%, 50V 


55112 


1850.47K50ABB 


M1L.101 


COD 1040 UU 






TJiP FXn MTI7D-0 ??IIF 10% 63V 


TK1573 


ORDER BY DESCR 


ttlOlOc 


CO -J lOM-O UU 






rap FXD MTI 70-0 ??UF 10% 63V 


TK1573 


ORDER BY DESCR 


Ai^lOD 


9rc,-i 3Aft-nn 

tOO 1040 uu 






TAP FXD MTI 711-0 22IIF 10 5 / 63V 


TK1573 


ORDER BY DESCR 


H1L,104 


?£i -n77R-ni 

COl U/ / O Ul 






TAP FXn PFR DT-0 1IIF 20% 50V 


04222 


SA105E104MAA 


A1C185 


290-0943-02 






CAP , FXD, ELCTLT : 47UF , 20%, 25V 


55680 


UVX1E470MAA1TD 


A1C200 


283-0000-00 






CAP,FXD,CER DI:0.001UF,+100-0%,500V 


59660 


831-610- Y5U0102P 


Airono 

AiLcUc 


-fiQi 9_nn 

col Uoic uu 






PAP FXD PFR DT-1000PF 10% 100V 
Urtr , rAU , IrLrx Ul ■ luuurr , iu/o, iuuv 


04222 


MA101C102KAA 


a 1 pom 

AlLcUo 


9H1 _n77^_nn 
col-U/ / uu 






PAP FXD PFR TiT'O 111 IIP Iff/ IOOV 
UMr , r AU , l»LI\ Ul . u« Ulur , iu/o, luui 


04222 


MA201C103KAA 


ai pone 
AlOcUD 


col UUD4-UU 






PAP VAR PIASTTP-0 25-1 5PF 600V 
Unr , Vrtt\, r Lno 1 1^< .u . c J i.jrr,uuuv 


52769 


ER-530-013 


AlLcU/ 


001 nana nn 
col -uyuy -uu 






PAP FYD PFR DT-0 n??IIF ?CfL 50V 
Ortr , rAU, UQI\ Ul . u. uccur , c\Jn, Juv 


54583 


MA12X7R1H223M-T 


A1C209 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223H-T 


A1C210 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


Ml^Zll 


9c 1 _noriQ_nn 
£01 uyuy uu 






PAP FXD PFR OT P, 022IIF 20% 50V 


54583 


MA12X7R1H223M-T 


fll P91 7 


901 n77c_.n1 

cOi U/ / O Ul 






PAP FXn PFR DT-0 11 IF 20K 50V 

Uir r rAU, ^Ll\ Ul . u. lur ,tv« , JUV 


04222 


SA105E104MAA 


A1C218 








CAP , FXD , ELCTLT : 47UF , 20%, 25V 


55680 


UVX1E470MAA1TD 


A1C219 


281-0775-01 






CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C220 


281-0775-01 






CAP,FXD,CER DI:0.1UF,20%.50V 


04222 


SA105E104MM 


A1C221 


290-0943-02 






CAP, FXD , ELCTLT : 47UF, 20% , 25V 


55680 


UVX1E470MAA1TD 


A1C223 


281-0812-00 






CAP,FXD,CER DI:1000PF,10%,100V 


04222 


MA101C102KAA 


A1C225 


281-0775-01 






CAP,FXO,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C301 


281-0775-01 






CAP.FXD.CER DI:0.1UF,20%.50V 


04222 


SA105E104MAA 


A1C302 


281-0775-01 






CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assentily No. 




Mfr. 




Conponent No. 


Part No. 


Effective 


Dscont 


Name & Description 


Cafe 


Mfr. Part No. 


ai r^n? 

Ml L.O U/ 








PAD FYn FIPTIT-A7MF ?rP/ 9R\/ 
LMr , rAU, tLu I L I .4/ Ur , cU/o, c DV 




1 ivy 1 FA7flMflA1Tn 




£01 Uu 






pap FYn pfd riT-n n99iir 9n°/ ^nu 

L-Mr r rAU f LLr\ Ul . U. UccUr r cU/o, OUV 




Mfl1?X7R1H??3M-T 


A1P31 1 
AlOOll 


coi uyuy uu 






P6D cYn ppd ni-n n99iic 9n°/ c;n\/ 
UAr,rAU,UtK Ul . U. UccUr , OSh, OUV 


0*fOOO 


MA 1 9Y7P 1 H993M-T 


A1C325 


290-0943-02 






CAP , FXD , ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A1C329 


281-0773-00 






CAP,FX0,CER DI:0.01UF,10%,100V 


04222 


MA201C103KAA 


A1P33? 


tol U//j"UU 






pad rvn prD nT-n miir in / innu 

LAr, rAU,L.tK Ul . U. UlUr , lU/o, 1UUV 


UHCCC 


MA?mpin^AA 

r Irtc U 1 1 UONnA 


HI UOOU 


cyu-uy4o uc 






PAD CYn C1PTIT-y17lir 9n°/ 9Q/ 
wir r rAU, LLU 1 LI . 4/Ur r cU/o, cDV 


cncon 
OODoU 


1 IVY1 FZL7PiMAA1 Tn 
UVAICt-/ UrlnAl IU 


AiLOOl 


9Qi nono. nn 

coi-uyuy-uu 






tad cvn rco m .n noonc onv cn\/ 
LAP, rAU r L.tK Ui :U.UdcUr r cUA f OUV 


04DOO 


MA1 9Y7D1 1-I993M T 
mlcA/Klnccon- 1 


AI PAP9 


9fti -n7R9 nn 

COl U/OC UU 






PAD CYft PPD HT-97DC" 9n°/ i nn\/ 

LAr,rAU,L-tK UI.c/rr,cU7c> r lUuv 


fM999 
U4CCC 


MA1 ni A97HMAA 
nnlUIAc/ UnAA 


A1C403 


281-0221-00 






CAP f VAR,CER DI:2-10PF r 100V 


72982 


0513013A 2 0-10 


A1C404 


281-0221-00 






CAP t VAR,CER DI:2-10PF,100V 


72982 


0513013A 2 0-10 


air/110 

AlL41c 


col U/Oc-UU 






PAD CYH PCD nT-97DC 9AV 1(V|W 

LAr^AUcLtK Ul :c/rr r cU7<. p lUUV 


nv1999 
U4ccc 


MAI ni A97PMAA 
nAlUlAc/ UnAM 


Alp/ 1 C 
A1L410 


oqi nana An 
coi -uyuy uu 






pad cvn pcd nT-n noonc 9n°/ cn\/ 
LAr,rAU,LtK Ul . U. UccUr r cU/a, DUV 


040E5J 


MA 1 9Y7D1 W993M-T 
nAlcA/Klnccon- I 


A1P4RR 
nl^HOO 


po n _nQnQ _nn 
coi uyuy uu 






pap nen tfp m-n n99iir 9n°/ ^n\/ 

LAr,rAU r LtK Ul - U. UccUr , cU/o, OUV 


04000 


MAI 9Y7R1 H99^M-T 
riAicA/ Mncton I 


A1L/+OU 


ooi _nonQ-nn 
coi uyuy uu 






pad ryn pfd ni-n n99tiF 9P / e;a\/ 
LAr,rAU r Lr_K Ul .U. UccUr , cU/o, DUV 


04 000 


MA 1 9Y7D 1 H993M-T 
nAl cA/ K 1 nc con 1 


A1C464 


281-0763-00 






CAP f FX0,CER DI:47PF F 10% P 100V 


04222 


MA101A470KAA 


A1C466 


281-0763-00 






CAP,FXD f CER DI:47PF,10%,1Q0V 


04222 


MA101A470KAA 




COl U/ UU 






pap FYn pfp ni-99PF in / innv 

l*Hr,rAU,ULK Lfl .ccrr , lU/o, 1UUV 


ClA??? 

\JHCCC 


MA101A??(KAA 


41T4R0 


COI U/ / J Ul 






PAP FYfi PFP DT-P) 11 IP ?0°/ TO 


04222 


SA105F104MAA 


r\lL-*TO/ 


9P.1 -np,93-nn 

coi uoco uu 






pap Fyn pfr nT-d70PF in / snv 

UMr , rAU, OLr\ Ul . 4/ Urr r lU/o r JUV 




MA1 0^471 KAA 


A1C488 


COl U014 uu 






pap Fvn pfr m*mn pf in / innv 

UMr(rAU^ULi\ Ul . 1UU rr r iu/o r iuuv 


04??? 




A1C500 


281-0909-00 






CAP t FXD,CER DI:0.022UF f 20% r 50V 


54583 


MA12X7R1H223M-T 


A1C501 


281-0909-00 






CAP,FXD r CER DI:0.022UF,20% r 50V 


54583 


MA12X7R1H223M-T 


rtl^Olc. 


9Qn-ri9Afi-nn 

ljU UlW UU 






PAP FYn FIPTIT*^ ^!IF 1 CP/ 1 W 
OHr , rAU, LLU ! L I . O . OUr , lU/o, 10V 




n^R^FAi mci 


AIPR'H 
nlL.010 


oqc_i oni _m 

(COD loUl Ul 






pap FYn mti 7n-n 47MF in / c;nu 

LHr, rAU,rn I LcU.U.*f/Ur , lU/o, OUV 


1 9 

OOllC 


iR^n ^7k'^nARR 

1 OOU • *r / ISOUADD 


nl^jcU 


COl U01'+ UU 


DUlUlUU 


dai noi o 


pap FYn pfr nT-mn pf in / mn\/ 

Onr, rAU, L-Lt\ Ul . 1UU rr , iU/o p 1UUV 


0A999 

KrrCCC 


MAIM Aim KAA 

ITftl Ulrtl U 1 IVVA 




~n777-nn 

£01 u/ // Uu 


dai noon 




PAP FYn PFR nT'RIPF c?/ 1 (Yft/ 
LAr f rAU f LLr\ Ul . OlrT , O/o, 1UUV 


nA999 
U^ccc 


MAiniARiniAA 
Plnl U1AO 1 UUrtH 




9P,i-np>iA-nn 

COl UQ1H UU 


B050000 


B050174 


pap FYn pfr ni-mn pf in°z innv 

LAr f rAU, ULn. Ul . 1UU rr r lUA,lUUV 


OA.??? 

UHCCC 


MAmiAiniKAA 


A1C520 


281-0777-00 


B050175 




CAP,FXD ( CER DI:51PF r 5%,100V 


04222 


MA101A510JAA 


A1C521 


281-0909-00 






CAP r FXD,CER DI:0.022UF,20%50V 


54583 


MA12X7R1H223M-T 




COl U/ / O Ul 






pap FYn pfr nT*n iiif 90°/ ^nv 

L-Ar r rAU , KjVJ\ Ul . U. IUr , cU/o, jUV 




CA1 fl5Fl 0.4MAA 


nlOOOO 


9Qn-n9.df : ;-nn 

CJU Uc't-O UU 






PAP FYn FIPTIT*^ ^IIF IH / 1 R\/ 
Onr , rAU, CLO 1 L 1 . 0. OUT t lU/o, 10 V 


1 9QRd 


LAJfxOLMlJM 


AirR37 

nluuo/ 


9P.1 -nfti 9-nn 

COl UOiC UU 






pap FYn pfr nT-mnnpp in / mnv 

Onr, rAUfL'LK Ul . lUUUrr , lU/o, 1UUV 


UHccc 


Mai mn n?icAA 


A1C544 


COl UOIH- UU 


B010100 


B010819 


pap Fyn pfr ni'inn pf in / mnv 

Unr r rAU r ULr\ Ui.iUU rr r iU/3 r lUUV 


0A999 


MA1fl1AiniKAA 


A1C544 


281-0777-00 


B010820 




CAP,FXD f CER DI:51PF f S6 f 100V 


04222 


MA101A510JAA 


A1C544 


281-0814-00 


dUoUUuU 


Dncm 7/1 
DUoUi/4 


CAP,FXD,CER DI:100 PF,10%,100V 


04222 


MA101A101KAA 


A1C544 


poi -0777-011 
COl u/ / / uu 


DUOUl/O 




pap Fyn pfr ni-RiPF r 3 / innv 

Lnr, rAU, vCf\ Ul . Jlrr , O/c, 1UUV 


0&999 


MAmiASiniAA 

I'lrllUlrtOlUUMM 


A1 rR(T! 

ttlOOUl 


9P,1 -n97n~nn 

cOl Uc/U UU 






PAP VAR PFP nT«Q-CinPF FO\/ 
UHr , VnK , LLK Ul .y l?Urr , DUV 


K\ ACiF. 
014UD 


T7n^RcinnF 

1 cUorwUUL 


A1TR17 


oqi n77^-nn 

col U/ /O UU 






pap FYn pfd ni-n ahif in°/ innu 

l>\r,rAU ( LLK Ui .U.UlUr, lU/o, 1UUV 


rW999 
Um-ccc 


MA9niP1 H'ik'AA 
nAc U 1 L 1 UOr>AA 




9R i -nanQ-nn 






pap FYn pfp m-n n99iiF 9n°/ c;nv 

W\r , rAU, LUK Ul .U. UccUr , cU/o, OUV 


04000 


MAI 9Y7P1 H993M-T 
rIAICA/ KlnccOrl 1 


A1C645 


281-0773-00 






CAP.FXD.CER DI:0.01UF,10%,100V 


04222 


MA201C103KAA 


A1C650 


281-0823-00 






CAP.FXD.CER DI:470PF,10%,50V 


04222 


MA105A471KAA 


A1PRE;3 
AILDOO 


oqi noi i nn 
cal-Uall-UU 






pad ryn pfd m-inDF in / 1 rmw 
LAr T rAU,LtK Ul . lUrr , lU7o, lUUV 


0/1999 


mai m ai nnyAA 

rlAlUlAlUUKAA 


H1LODU 


ooi no ci nn 
col Uooi Uu 


□m ni nn 


DUlUo/4 


pad FYn pfd nT«iP.nDF Q 1 / 1 nnwrv 
LAr,rAU f LtK ul . loUrr ,oA f lUUVUL 




MAI m A1R1 1AA 
nAlUlAiOlJAA 


MllrUOU 


9fti -nftfi^-nn 
COl uooo uu 


Dm nc7c 
bUlub/b 




pap FYn pfd nT-9AnPF w/ 1 nn\/ 

LAr r rAU,ULK Ul . c'fUrr , O/o, lUUV 


DA999 


QA1 01 A9A1 1AA 
jAlUiAc*T±UAn 




oqi _n77R-m 

col U//0 Ul 






PAP FYH PFD HT-n 1 1 IF 9IT / Rn\/ 
LAr,rAU,L'tK Ul . U. lUr ,cU/o, OUV 


(T/1999 
U4ccc 


c:ai n^Fi o^imaa 

0AlUDLlU4rIrtA 


A1C675 


281-0775-01 






CAP,FXD,CER DI:0.1UF,20%50V 


04222 


SA105E104MAA 


A1C707 


281-0808-00 






CAP,FX0,CER DI:7 PF,20%,100V 


04222 


MA101A7R04AA 




COD UO/D Ul 






UMr f rAU, rLMo I iu. u. lur , o , D/o, jov 


0UUU3 


COD UD/ □ Ul 


A1C709 


285-1060-00 






CAP , FXD, PLAST IC : 1 OUF , 3%, 25V 


80009 


285-1060-00 


A1C710 


281-0775-01 






CAP^FXD.'CER DI:0.1UF!20%,50V 


04222 


SA105E104MAA 


A1C712 


285-1301-01 






CAP,FX0,MTLZD:0.47UF,10%,50V 


55112 


1850.47K50ABB 


A1C722 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C723 


290-0943-02 






CAP , FXD , ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A1C730 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%50V 


54583 


MA12X7R1H223M-T 


A1C731 


290-0944-01 






CAP , FXD , ELCTLT : 220UF , 20% , 10V 


55680 


UVX1C221MPA1TA 


A1C732 


290-0944-01 






CAP, FXD , ELCTLT : 220UF, 20% , 10V 


55680 


UVX1C221MPA1TA 


A1C733 


290-0943-02 






CAP, FXD, ELCTLT: 47UF, 20%, 25V 


55680 


UVX1E470MAA1TD 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assembly No. Wfr. 



Canxnent No. 


Part No. Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A1C735 


281-0823-00 


CAP,FXD,CER DI:470PF,10%,50V 


04222 


MA105A471KAA 


A1C738 


290-0943-02 


CAP, FXD, ELCTLT: 47UF, 20%, 25V 


55680 


UVX1E470MAA1TD 


A1C740 


290-0943-02 


CAP, FXD, ELCTLT: 47UF, 20%, 25V 


55680 


UVX1E470MAA1TD 


A1C742 


281-0812-00 


CAP.FXD.CER DI:1000PF,10%,100V 


04222 


MA101C102KAA 


A1C744 


281-0775-01 


CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


CA1 HCC1 Pi/IUAA 


A1C755 


281-0759-00 


CAP,FXD,CER DI:22PF,10%,100V 


04222 


MA101A220KAA 


A1C803 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C804 


281-0811-00 


CAP,FXD,CER DI:10PF,10%,100V 


04222 


MA101A100KAA 


A1C805 


281-0823-00 


CAP.FXD.CER DI:470PF,10%.50V 


04222 


MA105A471KAA 


A1C806 


283-0156-00 


CAP.FXD.CER DI:1000PF,+80-20%,200V 


04222 


SR152E102ZAA 


A1C808 


001 A7C7 AA 

281-0757-00 


n>n rvrx prn nT.innc o/w 1/VM/ tmdim AO UT 

CAP.FXD.CER DI:10PF,20%,100V IUdULAK.MI 


wicc 


MAI M A1 AfiMAA 


A1C809 


281-0819-00 


CAP.FXD.CER DI:33 PF,5%,50V 


04222 


GC105A330J 


A1C810 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C811 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C817 


281-0812-00 


CAP.FXD.CER DI : 1000PF. 10%, 100V 


04222 


MA101C102KAA 


A1C819 


281-0909-00 


CAP.FXD.CER DI:0.022UF.20%,50V 


54583 


MA12X7R1H223M-T 


A1C822 


281-0775-01 


CAP.FXD.CER 0I:0.1UF,20%,50V 


04222 


C A 1 P.CC1 AAUA A 

SAlOotllMMAA 


A1C823 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C830 


281-0814-00 


CAP,FXD,CER DI:100 PF,10%,100V 


04222 


MA101A101KAA 


A1C848 


281-0909-00 


CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C849 


281-0775-01 


CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C850 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C851 


285-1301-01 


CAP , FXD, Ml LZD : . 47UF , 1 0% , 50V 


CC1 1 o 

bbl!2 


1 ocn >17l/CnADD 

iOoU.4/NbUADD 


A1C852 


285-1301-01 


CAP,FXD,MTLZD:0.47UF, 10%, 50V 


55112 


1850.47K50ABB 


A1C853 


285-1301-01 


CAP , FXD , MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 


A1C854 


285-1301-01 


CAP,FXD,MTLZD:0.47UF,10%,50V 


55112 


1850.47K50ABB 


A1C900 


281-0763-00 


CAP.FXD.CER DI:47PF,10%,100V 


04222 


MA101A470KAA 


A1C903 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


n i pnm 

Aicyo/ 


281-0808-00 


pin rrvn pern r»T.7 dc orw i nnw 
CAH.rXu.LtK m.l Yr,c\Th, J.UUV 




MAI fM A7Df\rlAA 


A1C908 


285-0752-03 


CAP,FXD,PLASTIC:1UF,3%,50V 


80009 


285-0752-03 


A1C912 


281-0909-00 


CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C933 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C938 


281-0909-00 


CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C940 


281-0909-00 


CAP.FXD.CER DI:0.022UF.20%,50V 


54583 


MA12X7R1H223M-T 


A1C943 


281-0909-00 


r-nt\ r*\/p\ r<m r\ t a aa^i if aaw r*A\i 

CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


UA1 *5V"7m UO03U T 

MA12X/Kirv:23M-l 


A1C947 


281-0759-00 


CAP.FXD.CER DI:22PF,10%,100V 


04222 


MA101A220KAA 


A1C957 


290-0804-00 


CAP , FXD , ELCTLT : 10UF , +50-20% , 25V 


55680 


ULB1E100TAAANA 


A1C958 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C966 


281-0783-00 


CAP,FXD,CER DI:0.1 UF 20%,100V 


04222 


MA401C104MAA 


A1C967 


281-0783-00 


CAP,FXD,CER DI:0.1 UF 20%100V 


04222 


MA401C104MAA 


A1C9/2 


281-0756-00 


CAP,FXD,CER DI :2.2PF,+/-0.5PF,200V 


04222 


c a i noA onon a a 
bAlU2A2K2UAA 


A1C973 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C975 


281-0775-01 


CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A1C976 


283-1001-00 


CAP.FXD.CER DI:0.03UF,50VDC 


80009 


283-1001-00 


A1C977 


290-0246-00 


CAP , FXD , ELCTLT : 3 . 3UF , 10% , 15V 


12954 


D3R3EA15K1 


A1C980 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


AiLaol 


oo^ 1 nnn nn 
1 83-1000-00 


pad trvn pcd r\T . n none cnwnp 


onfYvrj 

ouuuy 


ooq i nnn nn 


A1C982 


281-0759-00 


CAP.FXD.CER DI:22PF,10%,100V 


04222 


MA101A220KAA 


A1C985 


281-0775-01 


CAP.FXD.CER DI:0.1UF.20%.50V 


04222 


SA105E104MAA 


A1C988 


281-0909-00 


CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


AIC990 


281-0909-00 


CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A1C995 


281-0810-00 


CAP.FXD.CER DI:5.6PF,+/-0.5PF,100V 


04222 


MA101A5R6DAA 


A1CR100 


152-0323-01 


SEMICOND DVC,DI:SW,SI,50V,25PA AT 20V.20PF 


14552 


MT5127 


A1CR101 


152-0323-01 


SEMICOND DVC,DI:SW,SI,50V,25PA AT 20V.20PF 


14552 


MT5127 


A1CR107 


152-0066-00 


SEMICOND DVC,DI:RECT,SI,400V,1A,DO-41 


05828 


GP106-020 


A1CR130 


152-0141-02 


SEMICOND DVC , 01 : SW , S I , 30V , 150MA, 30V, DO-35 


03508 


DA2527 (1N4152) 


A1CR131 


152-0141-02 


SEMI COND DVC , D I : SW , S I , 30V , 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


A1CR140 


152-0141-02 


S EMI C0ND DVC , D I : SW . S 1 , 30V , 1 50MA , 30V , 00-3 5 


03508 


DA2527 (1N4152) 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Component No 


Tektronix 
Part No. 


A1CR141 


152-0141-02 


A1CR142 


152-0141-02 


A1CR143 


152-0141-02 


A1CR144 


152-0141-02 


A1CR145 


152-0141-02 


A1CR146 


152-0141-02 


A1CR147 


152-0141-02 


A1CR148 


152-0141-0? 


A1CR149 


152-0141-02 


A1CR150 


152-0141-02 


A1CR151 


152-0141-02 


A1CR152 


i5?-ni4i-n? 


A1CR153 




A1CR154 


152-0141-0? 


A1CR155 


157-0141-0? 


A1CR161 


152-0141-02 


A1CR162 


152-0141-02 


A1CR163 


152-0141-02 


A1CR180 


152-0141-02 


A1CR181 


152-0141-02 


A1CR200 


152-0323-01 


A1CR201 


152-0323-01 


A1CR354 


152-0141-02 


A1CR360 


152-0141-0? 


A1CR460 




A1CR461 




A1CR47fi 




A1CR484 


152-0141-02 


A1CR485 


152-0141-02 




i >;?-ni4i -n? 


A1CR503 


i s?-ni4i-fi? 


A1CR538 




A1CR539 


1 R?-0141-0? 


A1CR600 


152-0141-02 


A1CR601 


152-0141-02 


A1CR616 


152-0141-0? 

lot- UlTl \/L 


A1CR619 


152-0141-02 


A1CR620 


152-0141-02 


A1CR621 


152-0141-02 


A1CR652 


152-0141-02 


A1CR653 


152-0141-02 


A1CR707 


152-0141-02 


A1CR741 


152-0951-00 


A1CR742 


1 JC uoJX uu 


A1CR746 


152-0141-02 


A1CR747 


152-0141-02 


A1CR752 


152-0075-00 


A1CR753 


152-0141-0? 


A1CR807 


152-0574-00 


A1CR811 


152-0141-02 


A1CR850 


152-0141-02 


A1CR941 


152-0141-02 


A1CR942 


152-0141-02 


A1CR950 


152-0141-02 


A1CR951 


152-0141-02 


A1CR956 


152-0141-02 


A1CR966 


152-0574-00 


A1CR972 


152-0574-00 



Serial /Assembly No. 
Effective Dscont 



Name & Description 



Mfr. 
Code 



Mfr. Part No. 



SEMIC0ND DVC, DI : SW , S I , 30V , 1 50MA , 30V , DO-35 
SEMIC0ND DVC , DI : SW, S I . 30V , 1 50MA , 30V . DO-35 
SEMIC0ND DVC,DI:SW,SI,30V,150MA,30V,DO-35 
SEMICOND DVC, DI:SW, SI, 30V, 150MA, 30V, D0-35 
SEMIC0ND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 
S EMI C0ND DVC , DI : SW , S 1 , 30V , 1 50MA , 30V , DO-35 



SEMICOND DVC,DI 
SEMICOND DVCDI 
SEMICOND DVC.DI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVC.DI 

SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 

SEMICOND DVC.DI 
SEMICOND DVC,DI 
SEMICOND DVC,DI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 

SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVC.DI 



: SW , S 1 , 30V , 1 50MA , 30V , DO-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW, SI, 30V, 150MA, 30V, DO-35 
:SW,SI, 30V, 150MA, 30V, DO-35 
:SW,SI,30V,150MA,30V,DO-35 
: SW, SI, 30V, 150MA. 30V, DO-35 

:SW, SI, 30V, 150MA, 30V, DO-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW,SI,30V,150MA, 30V, DO-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW,SI,30V,150MA,30V,D0-35 

:SW, SI, 30V, 150MA.30V, DO-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW,SI,50V,25PA AT 20V,20PF 
:SW,SI,50V,25PA AT 20V,20PF 
:SW,SI,30V,150MA,30V,DO-35 
:SW,SI, 30V, 150MA.30V, DO-35 

:SW, SI, 30V, 150MA, 30V, DO-35 
:SW, SI, 30V, 150MA, 30V, DO-35 
:SW,SI,30V,150MA,30V,DO-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW,SI,30V,150MA,30V,D0-35 
:SW, SI, 30V, 150MA, 30V, DO-35 



SEMICOND DVC.DI 
SEMICOND DVCDI 
SEMICOND DVC,DI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVC,DI 

SEMICOND DVC.DI 
SEMICOND DVC.DI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVC.DI 
SEMICOND DVCDI 



:SW,SI,30V,150MA,30V,D0-35 
:SW, SI, 30V, 150MA, 30V, DO-35 
:SW, SI, 30V, 150MA.30V, DO-35 
:SW, SI, 30V, 150MA, 30V, DO-35 
:SW, SI, 30V, 150MA, 30V, DO-35 
:SW,SI,30V,15OMA,30V,D0-35 

:SW,SI, 30V, 150MA.30V, DO-35 
:SW,SI,30V,150MA,30V,DO-35 
:SW,SI, 30V, 150MA.30V, DO-35 
: SW, SI, 30V, 150MA, 30V, DO-35 
:SW, SI, 30V, 150MA, 30V, DO-35 
:SW, SI, 30V, 150MA, 30V, DO-35 



SEMICOND DVC,DI : SCH0TTKY , SI , 60V , 2 . 25PF 
SEMICOND DVC, DI : SCH0TTKY , SI , 60V , 2 . 25PF 
SEMICOND DVC, DI : SW, S I , 30V , 150MA, 30V , DO-35 
SEMICOND DVC.DI :SW, SI, 30V, 150MA, 30V, DO-35 
SEMICOND DVCDI :SW,6E,22V,80MW,D0-7 
SEMICOND DVC, DI : SW, S 1 , 30V , 150MA , 30V , DO-35 

SEMICOND DVCDI :SW, SI, 120V, 0.150MA,4NS,D035 
SEMICOND DVC, DI : SW , S I , 30V , 150MA , 30V , DO-35 
SEMICOND DVCDI :SW,SI,30V,150MA, 30V, DO-35 
SEMICOND DVC,DI :SW, SI, 30V, 150MA, 30V, DO-35 
SEMICOND DVC.DI :SW, SI ,30V,150MA. 30V, DO-35 
SEMICOND DVC, DI : SW , SI , 30V , 1 50MA , 30V, DO-35 

SEMICOND DVC, DI : SW , S I , 30V , 150MA , 30V , DO-35 
SEMICOND DVCDI :SW, SI, 30V, 150MA, 30V, DO-35 
SEMICOND DVC, DI :SW, SI , 120V, 0. 150MA.4NS , D035 
SEMI COND DVC, DI : SW , S I , 120V , . 1 50MA , 4NS , D035 



03508 
03508 
03508 
03508 
03508 
03508 

03508 
03508 
03508 
03508 
03508 
03508 

03508 
03508 
03508 
03508 
03508 
03508 

03508 
03508 
14552 
14552 
03508 
03508 

03508 
03508 
03508 
03508 
03508 
03508 

03508 
03508 
03508 
03508 
03508 
03508 

03508 
03508 
03508 
03508 
03508 
03508 

80009 
80009 
03508 
03508 
80009 
03508 

12969 
03508 
03508 
03508 
03508 
03508 

03508 
03508 
12969 
12969 



DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 
DA2527 (1N4152) 
MT5127 
MT5127 

DA2527 (1N4152) 
DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 

152-0951-00 
152-0951-00 
DA2527 (1N4152) 
DA2527 (1N4152) 
152-0075-00 
DA2527 (1N4152) 

NDP566 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 
DA2527 (1N4152) 
NDP566 
NDP566 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Component No. 



Tektronix 
Part No. 



Serial /Assembly No. 
Effective Dscont 



Name & Description 



Mfr. 
Code 



Mfr. Part No. 



A1CR987 

A1CR995 

A1DL100 

A1E900 

A1J1 

A1J9 

A1J11 

A1J100 

A1J101 
A1J102 
A1J103 

A1J104 

A1J105 

A1J109 

A1J120 
A1J181 

A1J411 
A1J511 

A1J512 
A1L101 
A1L107 
A1L113 
A1L115 
A1L120 

A1L200 
A1L219 
A1L220 
A1L307 
A1L325 
A1L336 

A1L403 
A1L521 
A1L605 
A1L606 
A1L607 
A1L608 

A1L609 
A1L610 
A1L619 
A1L628 
A1L633 
A1L644 

A1L733 
A1L738 
A1L740 
A1L743 
A1L938 
A1L973 

A1L980 

A1LR101 

A1LR107 



152-0574-00 
152-0061-00 
119-1490-01 
276-0712-00 
131-0608-00 

131-0608-00 

131-0608-00 

131-0608-00 

131-3520-00 
131-3520-00 
131-0608-00 

131-0608-00 

131-0608-00 

131-0608-00 

131-3152-00 
131-0608-00 

131-3362-00 
131-3362-00 

131-3364-00 
108-1251-00 
108-1251-00 
108-1251-00 
108-0317-00 
108-1251-00 

108-0509-00 
108-1251-00 
108-1251-00 
108-1251-00 
108-1251-00 
108-1251-00 

108-0552-00 
108-1251-00 
108-0170-01 
108-0736-00 
108-0736-00 
108-0170-01 

108-0509-00 
108-0509-00 
108-0736-00 
108-0327-00 
108-0327-00 
114-0353-00 

108-1251-00 
108-0317-00 
108-0317-00 
108-1251-00 
108-1251-00 
108-1251-00 

108-1251-00 
108-0325-00 
108-0325-00 



SEMICOND DVC,DI:SW,SI,120V,0.150MA,4NS,D035 12969 

SEMIC0ND 0VC,DI:SW,SI,175V,0.1A,D0-35 07263 

DELAY LINE,ELEC:73NS,150 OHM 80009 

CORE , EM : BALUN , FERRITE 34899 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 22526 
(QUANTITY OF 3) 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 
(QUANTITY OF 3) 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 
(QUANTITY OF 2) 

CONN, RCPT,ELEC: HEADER, 10 C0NT,STR SLDR PIN 
CONN , RCPT , ELEC : HEADER, 10 CONT.STR SLDR PIN 
TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 
(QUANTITY OF 2) 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 
(QUANTITY OF 4) 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 22526 
(QUANTITY OF 2) 

TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 22526 
(QUANTITY OF 2) 

CONN, RCPT, ELEC: HEADER, 2 X 8 0.1 SPACING 22526 

TERMINAL , PIN: . 365 L X 0.025 BRZ GLD PL 22526 
(QUANTITY OF 2) 

CONN, RCPT, ELEC:HEADER,STR,26 PIN 53387 

CONN, RCPT, ELEC:HEADER,STR, 26 PIN 53387 

CONN , RCPT , ELEC : HEADER , STRAIGHT , 34 PIN 53387 

COIL,RF:FXD,2.7UH,10% 54583 

C0IL,RF:FXD,2.7UH,10% 54583 

C0IL,RF:FXD,2.7UH,10% 54583 

C0IL,RF: FIXED, 15 UH 32159 

C0IL,RF:FXD,2.7UH,10% 54583 

COIL,RF:FIXED,2.45UH TK2042 

COIL,RF:FXD,2.7UH,10% 54583 

C0IL,RF:FXD,2.7UH,10% 54583 

COIL,RF:FXD,2.7UH,10% 54583 

C0IL,RF:FXD,2.7UH,10% 54583 

COIL,RF:FXD,2.7UH,10% 54583 

C0IL,RF:FIXED,80NH TK1345 

COIL,RF:FXD,2.7UH,10% 54583 

C0IL,RF:FIXED,360NH TK2042 

C0IL,RF:FIXED,828NH TK2042 

C0IL,RF:FIXED,828NH TK2042 

C0IL,RF:FIXED,360NH TK2042 

C0IL,RF:FIXED,2.45UH TK2042 

C0IL,RF:FIXED,2.45UH TK2042 

COIL,RF:FIXED,828NH TK2042 

COIL, RF: FIXED, 48NH TK2042 

COIL. RF: FIXED, 48NH TK2042 

COIL, RF: VARIABLES. 6-1. OUH 24226 

C0IL,RF:FXD,2.7UH,10% 54583 

COIL ,RF: FIXED, 15 UH 32159 

COIL.RF: FIXED, 15 UH 32159 

C0IL,RF:FXD,2.7UH,10% 54583 

COIL,RF:FXD,2.7UH,10% 54583 

C0IL,RF:FXD,2.7UH,10% 54583 

COIL,RF:FXD,2.7UH,10% 54583 

C0IL,RF:FIXED,489NH TK2042 

COIL, RF: FIXED, 489NH TK2042 



NDP566 

FDH2161 

119-1490-01 

2843002402 

48283-036 



22526 48283-036 

22526 48283-036 

22526 48283-036 

53387 3591-6002 

53387 3591-6002 

22526 48283-036 

22526 48283-036 



48283-036 

48283-036 

66506-043 
48283-036 

3593-6002 

3593- 6002 

3594- 6002 

SPT 0406-2R7K-6 
SPT 0406-2R7K-6 
SPT 0406-2R7K-6 
71501M+10PERCENT 
SPT 0406-2R7K-6 

ORDER BY DESCR 
SPT 0406-2R7K-6 
SPT 0406-2R7K-6 
SPT 0406-2R7K-6 
SPT O406-2R7K-6 
SPT 0406-2R7K-6 

108-0552-00 
SPT 0406-2R7K-6 
ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 

ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 

SPT 0406-2R7K-6 
71501M+10PERCENT 
71501M+10PERCENT 
SPT 0406-2R7K-6 
SPT 0406-2R7K-6 
SPT 0406-2R7K-6 

SPT 0406-2R7K-6 
ORDER BY DESCR 
ORDER BY DESCR 
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2467B 



Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assent)! y No. 






Mfr. 




Canxnent No. 


Part No. 


Effective 


Dscont 


Name & Description 


Code 


Mfr. Part No. 


A1LR180 


108-0602-00 






mil RF-FTYFn 
IAJIL , Kr . r J. ALU f tONrl 


TK2042 


ORDER BY DFSCR 


A1LR201 


108-0325-00 






PflTI DF-FTYFn /IftQMW 


TK2042 


ORDER BY DFSCR 


A1LR218 


108-0330-00 






mil RF-FTYFn dn?NH 

UU1L, f\r . r 1ALU , *+UOIirl 






A1LR219 


108-0330-00 






COIL, RF: FIXED, 403NH 


TK2042 


ORDER BY DESCR 


A1LR280 


108-0602-00 






C0IL,RF:FIXED,45NH 


TK2042 


ORDER BY DESCR 


A1Q130 


151-0622-00 






TRANS I ST0R : PNP , SI , 40V , 1A , T0-226AE/237 


04713 


SPS8956(MPSW5lA) 


A1Q131 


151-0622-00 






TRANS I ST0R : PNP , SI , 40V , 1A , TO-226AE/237 


(14713 
ut/ 10 


oroocJjD^nrow^ln ) 


A1Q154 


151-0188-00 






TRANSIST0R:PNP,SI,T0-92 


OUUUc) 


1 51 -msa-nn 

1J1 UiOO uu 


A1Q155 


151-0188-00 






TRANSIST0R:PNP,SI,T0-92 


ROfYW 


1 R1-fl1 88-00 

XJl UlOO uu 


A1Q190 


151-0190-00 






TRANSIST0R:NPN,SI,T0-92 


OUUUj 


1 ^i — m QO-nn 


A1Q460 


151-0198-01 






TRANSIST0R:NPN,SI,T0-92 PLSTC 


80009 


151-0198-01 










(LOCATIONS A & B) 






A1Q550 


151-0190-00 






TRANSIST0R:NPN,SI, TO-92 


80009 


151-0190-00 

X Jl wUU \J\J 


A1Q600 


151-0190-00 






TRANSISTOR 


NPN, SI, TO-92 


80009 


151-0190-00 


A1Q623 


151-0190-00 






TRANSISTOR 


NPN, SI, TO-92 


80009 


151-0190-00 


A1Q624 


151-1025-00 






TRANSISTOR 


FET.N-CHAN, SI, TO-92 


04713 


SPF3036 


A1Q645 


151-0188-00 






TRANSISTOR 


PNP, SI, TO-92 


80009 


151-0188-00 


A1Q700 


151-0190-00 






TRANSISTOR 


NPN, SI, TO-92 


80009 


151-0190-00 


A1Q709 


151-0736-00 






TRANSISTOR 


NPN, SI, TO-92 


80009 

UV W WJ 


151-0736-00 


A1Q710 


151-0736-00 






TRANSISTOR 


NPN, SI, TO-92 


80009 


151-0736-00 


A1Q740 


151-0223-00 


R01 057 1 ! 


R01 09,09, 


TRANSISTOR 


NPN, SI, 625MW, TO-92 


80009 


151-0223-00 


A1Q741 


151-0190-00 






TRANSISTOR 


NPN, SI, TO-92 


80009 


1 51 -0190-00 


A1Q742 


151-0190-00 






TRANSISTOR 


NPN, SI, TO-92 


80009 


151-0190-00 


A1Q743 


151-0188-00 






TRANSISTOR 


PNP.SI, TO-92 


80009 


151-0188-00 


A1Q745 


151-0188-00 






TRANSISTOR 


PNP, SI, TO-92 


80009 

l_*w UVJC 


151-0188-00 

LOl wJ.*JU ww 


A1Q941 


151-0188-00 






TRANSISTOR:PNP,SI,TO-92 


80009 


151-0188-00 

U1UU ww 


A1Q942 


151-0188-00 






TRANS IST0R : PNP , SI , TO-92 


80009 


151-0188-00 

1 Jl \JL\JKJ UV 


A1R100 


315-0474-00 






RES,FXD,FILM:470K OHM,5%,0.25W 


19701 


5043CX470K0J92U 


A1R101 


322-3235-00 






RES , FXD , FI LM : 2 . 74K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 2K74 


A1R102 


322-3235-00 






RES , FXD , FI LM : 2 . 74K OHM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 2K74 


A1R112 


322-3097-00 






RES, FXD, FILM: 100 0HM,1%,0.2W, TC=T0 


57668 


CRB20 FXE 100E 

wlwuw l /VI— 1UUL 


A1R114 


321-0130-03 






RES,FXD,FILM:221 0HM,0.25%0.125W,TC=T2 MI 


91637 


MFF1816D221R0C 


A1R115 


321-0146-00 






RES , FXD, FI LM : 324 OHM , 1% , . 125W, TC=T0 


07716 


CEAD324R0F 


A1R117 


321-0320-00 






RES,FXD,FILM:21.0K OHM,l%,0.125W,TC=T0 


19701 


5033ED21K00F 


A1R118 


321-0212-00 






RES, FXD, FILM: 1.58K OHM, 1%0. 125W,TC=T0 


19701 


5033ED1K58F 


A1R121 


313-1121-00 






RES,FXD,FILM:120 0HM,5%,0.2W 


80009 


313-1121-00 


A1R123 


313-1622-00 






RES,FXD,FILM:6.2K 0HM,5%0.2W 


57668 


TR20.1F 0RK? 


A1R125 


301-0361-00 






RES, FXD, FILM: 360 0HM,5%,0.5W 


19701 


5053nX3R0Rn.l 


A1R129 


322-3097-00 






RES, FXD, FILM: 100 OHM,l%,O.2W,TC=T0 


57668 


0[\Dt.U lAL 1UUL 


A1R130 


313-1561-00 






RES,FXD,FILM:560 0HM,5%,0.2W 


57668 


TRP0.1F ^ROF 

1 l\£.VAJU JUUL 


A1R131 


313-1561-00 






RES,FXD,FILM:560 OHM,5%,0.2W 


57668 


TR20JE 560E 


A1R133 


322-3201-00 






RES,FXD,FILM:1.21K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K21 


A1R135 


322-3193-00 






RES,FXD,FILM:1K 0HM,1%,0.2W,TC=T0 


S7RRR 


rpo?f) eye irnn 

L,t\DtU rAL 1IXUU 


A1R136 


313-1622-00 






RES,FXD,FILM:6.2K OHM,5%,0.2W 


57668 


TR20.1F 0RK2 


A1R140 


313-1471-00 






RES,FXD,FILM:470 0HM,5%,Q.2W 


57668 


TR20.1F 470F 


A1R141 


313-1471-00 






RES,FXD,FILM:470 0HM,5%,0.2W 


57668 


TR20.1F 470F 


A1R142 


313-1391-00 






RES,FXD,FILM:390 0HM,5%,0.2W 


57668 


TR20JE 390E 


A1R143 


313-1391-00 






RES, FXD, FILM: 390 0HM,5%,0.2W 


57668 


TR20JE 390E 


A1R144 


307-0108-00 






RES,FXD,CMPSN:6.8 0HM,5%,0.25W 


01121 


TB68G5 


A1R149 


322-3289-00 






RES,FXD,FILM:10KOHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 10KO 


A1R150 


322-3193-00 






RES, FXD, FILM: IK 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R152 


313-1242-00 






RES,FXD,FILM:2.4K OHM,5%,0.2W 


57668 


TR20JE 02K4 


A1R153 


322-3289-00 






RES, FXD, FILM: 10K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 10K0 


A1R154 


322-3242-00 






RES , FXD, FI LM: 3 . 24K OHM , 1%, . 2W, TC=T0 


57668 


CRB20 FXE 3K24 


A1R155 


321-0661-00 






RES , FXD, FI LM: 600 OHM , 1%, . 125W, TC=T0 


19701 


5033RD600R0F 


A1R156 


322-3242-00 






RES , FXD , FI LM : 3 . 24K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 3K24 


A1R159 


322-3242-00 






RES , FXD , FI LM : 3 . 24K OHM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 3K24 


A1R161 


322-3293-00 






RES, FXD, FILM: UK 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 11K0 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assarfcly Ho. 




Mfr. 




Conponent No. 


Part No. 


Effective Oscont 


Name & Description 


Code 


Mfr. Part No. 


A1R162 


322-3293-00 




RES , FXD , FI LM : 1 IK OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 11K0 


A1R163 


322-3242-00 




RES,FX0,FILM:3.24K OW,l%,O.2W,TC=T0 


57668 


CRB20 FXE 3K24 


A1R165 


313-1822-00 




RES,FXD,FILM:8.2K,0HM,5%,0.2W 


57668 


TR20JE 08K2 


A1R180 


322-3242-00 




RES, FXD, FILM: 3. 24K OHil%,O.2W,TC=T0 


57668 


CRB20 FXE 3K24 


A1R181 


322-3289-00 




RES,FXD,FILM:10K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R182 


322-3242-00 




RES , FXD, FI LM : 3 . 24K OrM , 1% , . 2W, TC=T0 


57668 


finnan r" vr Ofiii 

CRB20 FXE 3K24 


A1R183 


322-3289-00 




RES, FXD, FILM: 10K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R190 


322-3289-00 




RES, FXD, FILM: 10K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 1OK0 


A1R191 


322-3289-00 




RES, FXD, FILM: 10K OHM, 1%, . 2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R192 


322-3289-00 




RES,FXD,FILM:10K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 10KO 


A1R193 


322-3193-00 




RES,FXD,FILM:1K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R194 


322-3289-00 




RES,FXD,FILM:10K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 


A1R195 


322-3143-00 




RES,FXD,FILM:301 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 301 E 


A1R196 


322-3277-00 




RES,FXD,FILM:7.5K OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 7K50 


A1R197 


322-3265-00 




RES, FXD, FILM: 5. 62K OH>U%,0.2W,TC=TO 


80009 


322-3265-00 


A1R198 


321-1700-04 




RES, FXD, FILM: 10.44K OHM, 0. 1%,0. 125W, TC=T2 


19701 


5033RC10K440B 


A1R199 


321-1700-04 




RES,FXD,FILM:10.44K OHM,0.1%,0.125W,TC=T2 


19701 


5033RC10K440B 


A1R200 


315-0474-00 




RES,FXD,FILM:470K OHM,5%,0.25W 


19701 


5043CX470K0J92U 


A1R201 


322-3235-00 




RES , FXD , FI LM : 2 . 74K OHM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 2K74 


A1R202 


322-3235-00 




RES , FXD , FI LM : 2 . 74K OHM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 2K74 


A1R216 


313-1121-00 




RES,FXD,FILM:120 0HM,5%,0.2W 


80009 


313-1121-00 


A1R217 


321-0320-00 




RES, FXD, FILM: 21. OK 0FM,1%0. 125W, TC=T0 


19701 


5033ED21K00F 


A1R218 


321-0212-00 




RES, FXD, FILM: 1.58K OHM,l%,O.125W,TC=T0 


19701 


5033ED1K58F 


A1R225 


301-0361-00 




RES, FXD, FILM: 360 OHM,5%,0.5W 


19701 


5053CX360R0J 


A1R230 


322-3226-00 




RES,FXD,FILM:2.21K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 2K21 


A1R231 


322-3226-00 




RES , FXD, FI LM: 2 . 21K OHM.1%,0. 2W, TC=T0 


57668 


CRB20 FXE 2K21 


A1R232 


322-3226-00 




RES , FXD , FI LM: 2 . 21K OHH , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 2K21 


A1R301 


315-0180-00 




RES, FXD, FILM: 18 OHM,5%,0.25W 


19701 


5O43CX18R00J 


A1R302 


315-0180-00 




RES, FXD, FILM: 18 OHM,5%,0.25W 


19701 


5043CX18R00J 


A1R303 


322-3097-00 




RES, FXD, FILM: 100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R304 


315-0101-00 




RES, FXD, FILM: 100 OHM,5%,0.25W 


57668 


NTR25J-E 100E 


A1R311 


315-0101-00 




RES,FXD,FILM:100 0HM,5%0.25W 


57668 


NTR25J-E 100E 


A1R312 


322-3097-00 




RES, FXD, FILM: 100 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R329 


322-3097-00 




RES,FXD,FILM:100 OHM, 1%,0.2W, TOTO 


57668 


CRB20 FXE 100E 


A1R332 


322-3097-00 




RES, FXD, FILM: 100 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R353 


322-3239-00 




RES,FXD,FILM:3.01K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 3K01 


A1R361 


322-3265-00 




RES,FXD,FILM:5.62K OHM , 1% , . 2W , TC=T0 


80009 


322-3265-00 


A1R401 


322-3202-00 




RES,FXD,FILM:1.24K 0HM,1%,0.2W, TC=T0 


57668 


CRB20 FXE 1K24 


A1R402 


322-3085-00 




RES,FXD,FILM:75 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 


A1R403 


311-0607-00 




RES,VAR,N0NVW:TRMR,10K OHM,0.5U 


73138 


82-25-2 


A1R404 


313-1200-00 




RES,FXD,FILM:20 0HM,5%,0.2W 


57668 


TR20JE20E 


A1R405 


313-1200-00 




RES,FXD,FILM:20 OHM,5%,0.2W 


57668 


TR20JE20E 


A1R411 


311-0978-01 




RES,VAR,N0NWW:TRMR,250 OHM,0.5W 


32997 


3329H-K28-251 


A1R412 


322-3085-00 




RES, FXD, FILM: 75 OhM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 


A1R416 


322-3193-00 




RES,FXD,FILM:1K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R417 


311-2234-00 




RES , VAR , NONWW : TRMR , 5K OHM,205S,0.5W LINEAR 


TK1450 


GF06UT 5K 


A1R430 


322-3085-00 




RES, FXD, FILM: 75 OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 75E0 


A1R450 


321-0310-00 




RES, FXD, FILM: 16. 5K OHM, 1X.0.125W, TOTO 


19701 


5033ED16K50F 


A1R451 


321-0275-00 




RES , FXD , FI LM : 7 . 15K OFM , 1% , . 1 25W , TOTO 


07716 


CEAD715Q0F 


A1R452 


321-0310-00 




RES, FXD, FILM: 16. 5K 0HM,1%,0. 125W, TOTO 


19701 


5033ED16K50F 


A1R453 


321-0275-00 




RES , FXD , FI LM : 7 . 15K OHM , 1% , . 1 25W , TOTO 


07716 


CEAD71500F 


A1R454 


321-0310-00 




RES,FXD,FILM:16.5K 0W,l%,0.125W,TOT0 


19701 


5033ED16K50F 


A1R455 


321-0310-00 




RES, FXD, FILM: 16. 5K 0HM,l% t 0.125W,TOT0 


19701 


5033ED16K50F 


A1R456 


321-0333-00 




RES,FXD,FILM:28.7K 0HU%,0.125W,TOT0 


19701 


5043ED28K70F 


A1R457 


321-0275-00 




RES , FXD , FI LM : 7 . 15K Om , 1% , . 1 25W , TC=T0 


07716 


CEAD71500F 


A1R458 


322-3085-00 




RES, FXD, FILM: 75 0HM,l%,0.2W,TOT0 


57668 


CRB20 FXE 75E0 


A1R459 


322-3085-00 




RES , FXD, FI LM : 75 OHM , 1% , . 2W , TOTO 


57668 


CRB20 FXE 75E0 


A1R460 


321-0062-00 




RES,FXD,FILM:43.2 0HM,0.5%0.125W,TOT0 


57668 


CRB14 FXE 43.2 
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A1R461 


322-3139-00 




RES FXD FILM- 274 OHM 1% ?W Tf=T0 


57668 


TRR7D FXF 774F 


A1R462 


322-3201-00 




RES FXD FILM- 1 21 K OHM 1°/ ?W Tr=T0 


57668 


CRR70 FVF 1k"? 1 


A1R463 


322-3193-00 




RES, FXD, FILM: IK OHM,1%,0.2W,TC=TO 


57668 


TRR?fl FVF 1K(Y) 


A1R464 


321-0063-00 




RES,FXD!FILM:44.2 OHM,6.5%,0.125W,TC=TO 


91637 


CMF55116G44R20F 


A1R4B5 


322-3193-00 




RES, FXD, FILM: IK OHM,1%0.2W,TC=TO 


57668 


CRB20 FXE 1K00 


A1R458 


321-0287-00 




RES , FXD, FILM:9. 53K 0HM,l%,0.125W,TOT0 


19701 




A1R469 


313-1200-00 




RES, FXD, FILM: 20 0HM,5%,0.2W 


57668 


TR20.1F20F 


A1R470 


322-3322-00 




RES,FXD,FILM:22.1K OHM,1%,0.2W,TC=TO 


57668 


rRR?f) FXF ??K1 


A1R471 


322-3322-00 




RES FXD FILM- 22 IK OHM l%'o 2WTC=T0 


57668 


TRR?fl FXF 79K1 


A1R473 


313-1471-00 




RES, FXD, FILM: 470 0HM,5%,0.2W 


57668 


TR20JE 470E 


A1R476 


322-3085-00 




RES,FXD,FILM:75 OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 75E0 


A1R477 


322-3258-00 




RES FXD FILM -4 75K OHM 1% 2W TC=T0 


5RR45 


wi\Uur\ Dl Uuju-ft 


A1R478 


321-0193-03 




RES FXD FILM- IK OHM D ?5X 175W T(VT? 

i\L^| 1 AVf 1 1 Ul 1 » X IN IslfllfU* LJ/O f w » A UWYf r 1 U I C 


D771R 


L LHL> 1 UUUUU 


A1R479 


322-3193-00 




RES,FXD,FILM:1K 0HM,1%,0.2W,TC=T0 


57668 


UKDcU ~AU INUU 


A1R480 


321-0375-00 




RES FXD FILM-78 7K OHM \% 125U TfcTfl 

nLJf J /lVf 1 1 Ul 1 * / UJ . / IN Wl II r I/O r U ■ J, L JW r 1 V-> J \J 


fl771 R 

U/ / ID 


OunU/O/ Ulr 


A1R481 


321-0347-00 




RES , FXD , FI LM : 40 . 2K OHM , 1% , . 125W , TC=T0 


91637 


CMF55116G40201F 


A1R482 


313-1471-00 




RES,FXD,FILM:470 OHM,5%,0.2W 


57668 


TR20JE 470E 


A1R483 


321-0347-00 




RES FXD FILM-40 2K OHM \% 125W TT=T0 




PMF^I 1 Rl^m9r.1 F 


A1R484 


322-3222-00 




RES,FXD,FILM:2K 0HM,1%,0.2W,TC=T0 


•Jt OOO 


L-cnDuU rAL urNUW 


A1R485 


322-3222-00 




RES FXD FILM-2K OHM Vi ?W TOTO 


R7RRR 


rpR?n fvf ox(\c\ 

ur\DuU "Al cinUw 


A1R486 


321-0347-00 




RES , FXD, FI LM : 40 . 2K OHM , 1% , . 125W, TC=T0 


91637 




A1R487 


321-0130-03 




RES,FXDiFILM:221 OHM,o!25%,0.125W,TC=T2 MI 


91637 


MFF1816D221R0C 


A1R488 


321-1216-03 




RES, FXD, FILM: 1.76K OHM, 0. 25%. 0. 125W,TC=T2 


24546 


NC55C1761C 


A1R489 


321-1216-03 




RES FXD FILM- 1 76K OHM 25°/ 175W TP=T? 


7454R 


7R1T 


A1R490 


321-0375-00 




RES FXD FILM-78 7K OHM 1% 125W TC=T0 


07716 


rFAn7X7D1 F 


A1R491 


322-3193-00 




RES,FXD,FILM:1K OHM,l%,0.2W,TC=T0 


57668 


rRR?n fvf iKnn 


A1R492 


321-0193-03 




RES FXD FILM- IK OHM ?5X 125W TT=T? 

l\LO r I /\ff J 1U li if\ Wl II i f w • U W/O py. 1C Jn ■ i U f u 


0771 fi 


U LnU 1 U U U UU 


A1R493 


322-3258-00 




RES , FXD , FI LM : 4 . 75K OHM , 1%, . 2W, TC=T0 


56845 


ORDER BY DESCR 


A1R494 


313-1201-00 




RES, FXD, FILM: 200 0HM,5%,0.2W 


57668 


TR20JE200E 


A1R495 


322-3085-00 




RES FXD FILM- 7"5 OHM 1% ?U Tr=Tfl 

l\LJ t 1 /\W r 1 1 1 — I I . / <-t Ul I 1 f A/O | V> L.W r 1 U I V 


•J! DOO 


PRRPn FYF 7^FA 
UixDtlU "AC / OLU 


A1R496 


322-3293-00 




RES FXD FTIM-11K OHM 1°/ tl 7U Tr=T0 

l\UW r 1 /\L> t > 1 1-' 1 • J. J. IV Wl I I r I/O P U • L.W r 1 Vr 1 U 


O/ OOO 


PPR9A FYF 1 1 V(\ 
uKDtU rAL 1INU 


A1R497 


313-1821-00 




RES FXD FTIM-R20 OHM 5°/ O ?W 

r\UJ f I AU, r 1 ul t • OCu urn 1 , J/o , U . un 


O/uOo 


TP^?n IF 9.0(\V 
1 KiCUJC. OtUL 


A1R498 


313-1821-00 




l\U-J f 1 AL» f 1 1 Ul I, UlU Wl II 1 r J/O r U . CW 


^7R££ 


TP9fl IF R9nF 


A1R501 


322-3097-00 




RES, FXD, FILM: 100 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R502 


313-1622-00 




RES,FXD,FILM:6.2K 0HM,5%,0.2W 


57668 


TR20JE 06K2 


A1R503 


322-3289-00 




RES FXD FIIM-10K OHM 1°/ (1 ?W Tr=Tfl 

l^LiJ r I f\U f 1 1 Ul 1 • A WIN Wl III t A/o pU.Ln, 1 U 1 U 


O/DDu 


PPR^n FYF 1 flk'A 


A1R504 


322-3289-00 




RES , FXD , FI LM: 1 OK OHM , 1%, . 2W , TC=T0 


u/ uuo 


pDR?n fyf ink'n 


A1R511 


321-0320-00 




RES,FXD,FILM:21.0K OHM,l%,0.125W,TC=T0 


1 37(11 


Rn^?Fn?i k^nnp 

uuoo L.UC. x nuu r 


A1R512 


322-3293-00 




RES, FXD, FILM: UK 0HM,1%,0.2W,TC=T0 


U/ uuo 


pDROfl FYF 1 MCO 

Ut\DcU "AC 1INU 


A1R513 


313-1470-00 




RES,FXd!fILM:47 0HM,5%,6.2W 


57668 


TR20JE 47E 


A1R518 


313-1680-00 




RES,FXD,FILM:68 0HM,0.2W,5% 


57668 


TR20JT68 68E 


A1R519 


313-1621-00 




RES, FXD, FILM: 620 0HM,5%,0.2W 


57668 


TR?fllF fi?0F 


A1R520 


313-1393-00 




RES,FXD,FILM:39K OHM,5%0.2W 


57668 


i (\cour_ jc>i\ 


A1R521 


322-3085-00 




RES, FXD, FILM: 75 OHM,1%,0.2W,TC=TO 




rop,?n fkf 7RFn 


A1R527 


322-3085-00 




RES, FXD, FILM: 75 OHM,1%,0.2W,TC=TO 


J/ OOO 


TRR?fl FXF 7RFfl 
Vjr\u<LU rAL / OLU 


A1R529 


313-1561-00 




RES,FXD,FILM:560 0HM,5%,0.2W 


57668 


TR20JE 560E 


A1R537 


322-3097-00 




RES, FXD, FILM: 100 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R538 


313-1621-00 




RES FXD FTIM-R20 OHM 5% fl ?U 

IVL«J| 1 S\U i 1 A Ul t • UCu Ul 11 f -J/D t \J , Lll 


0/ Duo 


TDoniF conr 

1 KcUJL DilUL 


A1R542 


313-1680-00 




RES FXD FILM -68 OHM ?W 5°/ 


J/ DDO 


TP/TllTfifi RRF 

1 rvuvAJ 1 DO DOL 


A1R543 


313-1621-00 




RES,FXD,FILM:620 OHM,5%,0.2W 


57668 


TR20JE 620E 


A1R544 


313-1393-00 




RES, FXD, FILM: 39K 0HM,5%,0.2W 


57668 


TR20JE 39K 


A1R545 


322-3085-00 




RES,FXD,FILM:75 OHM, 1%0.2W, TOTO 


57668 


CRB20 FXE 75E0 


A1R550 


313-1471-00 




RES, FXD, FILM: 470 0HM,5%,0.2W 


57668 


TR20JE 470E 


A1R551 


321-1682-07 




RES , FXD, FI LM: 5 . 7K OHM , . 1%, . 125W, TC=T9 


19701 


5033RE5K701B 


A1R552 


321-0641-07 




RES, FXD, FILM: 1.8K OHM,0.1,0.125W,TC=T9 


07716 


CEAE 18000B 


A1R553 


322-3210-00 




RES, FXD, FILM: 1.5K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 1K50 


A1R554 


322-3213-00 




RES , FXD , FI LM : 1 . 62K OhM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 1K62 


A1R555 


321-0294-00 




RES, FXD, FILM: 11. 3K 0HM,1%,0.125W,TC=T0 


19701 


5043ED11K30F 
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A1R556 


322-3282-00 

ULL wLwL VV 


RES , FXD, FI LM : 8 . 45K OHM , 1% , . 2W, TC=T0 


80009 


322-3282-00 


A1R557 

FIX t\\j*Ji 


321-0808-07 


RES, FXD, FILM:300 0HM,0. 1%,0. 125W,TC=T9 


24546 


NE55E3000B 


A1R558 


321-0657-07 


REs!fXD,FILM:60 0HM,0.1%,0.125W,TC=T9 


57668 


RB14BZE 60E 


A1R560 


313-1621-00 


RES, FXD, FILM: 620 OHM,5%,0.2W 


57668 


TR20JE 620E 


A1RS00 


313-1270-00 


RES,FXD,FILM:27 OHM 5%,0.2W 


57668 


TR20JT68 27E 


Al R601 


313-1750-0D 

V*Xw X/ Jv VV 


RES ', FXD [ FILM: 75 OHM,5%,0.2W 


57668 


TR20JE 75E 


A1R602 

r\x i\ wl 


313-1470-00 

\J ±sj X*T/ V VV 


RES, FXD, FILM: 47 0HM,5%,0.2W 


57668 


TR20JE 47E 


A1R605 

n\x i wvo 


311-2227-00 


RES,VAR,N0NWW:TRMR,100 OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 100 


A1R606 


313-1100-00 


REs!fXd!fILM:10 0HM,5%,0.2W 


57668 


TR20JE10EO 


A1R607 


313-1100-00 


RES, FXD, FILM: 10 0HM,5%,0.2W 


57668 


TR20JE10EO 


A1R614 


322-3289-00 


RES FXD FILM- 10K OHM 1% 2W TC=T0 

l\LJ| 1 / W f l 1 l_J 1 ■ X VIN VI ■ If I/O) V»LI1f i\j ' u 


57668 


CRB20 FXE 10K0 


Al RR1 S 


322-3289-00 


RES FXD FILM-10K OHM 1% 2W TC=T0 


57668 


CRB20 FXE 10KO 


A1R617 


<JLC vJ-JiJ UU 


RFS FXD FILM' IK OHM 1% 2W TC=T0 

I\L> V f I f\\J f r 1 LI 1 ■ X IN VI ■ 1 f X/O f V • C-Vff r 1 w IV 


57668 


CRB20 FXE 1K00 


A1R618 


311-2234-00 


RES,VAR,N0NWW:TRMR,5K OHM,2Q%,0.5W LINEAR 


TK1450 


GF06UT 5K 


A1R619 


315-0510-00 


REs!fXd!fILM:51 0HM,5%,0.25W 


19701 


5043CX51R00J 


A1R620 


322-3258-00 


RES , FXD , FI LM : 4 . 75K OHM , 1% , . 2W , TC=T0 


56845 


ORDER BY DESCR 


A1R622 


3??-3??fi-00 


RES,FXD,FILM:2.21K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 2K21 


Al RR23 


322-3097-00 

JLL JW1 VV 


RES! FXD] FILM: 100 OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 100E 


A1R624 


313-1100-00 

tJXU X X vv Vv 


RES, FXD, FILM: 10 0HM,5%,0.2W 


57668 


TR20JE10EO 


A1R637 


<Jll Jlll UU 


REs!fXd[fILM:2K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 2K00 


A1R638 


311-2234-00 


REs!vAr[nONVW:TRMR,5K OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 5K 


A1R639 


311-2230-00 


RES,VAR,N0NVM:TRMR,500 OHM,20%,0.50 LINEAR 


TK1450 


6F06UT 500 


A1R642 


31 3-1 432-00 


RES,FXD,FILM:4.3K OHM,5%,0.2W 


57668 


TR20JE 04K3 


Al RR43 


JLL JUOJ vv 


RES, FXD, FILM: 75 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 




Oll OlOO UU 


RFS FXD FILM '4 75K OHM 1% 2W TC=T0 


56845 


ORDER BY DESCR 


A1 Rfi45 


JlI wlv vv 


RES,FXD,FILM:5.88K OHM,1%,0.125W,TC=TO 


56845 


CMF-551 16658800 


A1R646 


321-0252-00 


RES!FXD!FILM:4.12K OHM,l%,0.125W,TC=T0 


07716 


CEAD41200F 


A1R649 


322-3243-00 


RES,FXD,FILM:3.32K OHM,l%0.2W,TC=T0 


80009 


322-3243-00 


r\xi\Uvv 


322-3318-00 


RES FXD FILM-20K OHM 1% 2W TC=T0 

l\LV f 1 /W | 1 X LI 1 ■ LMIN VI 1 If IfOf U tLII t 1 W 1 U 


57668 


CRB20 FXE 20K0 


A1RR51 


322-3189-00 


RES,FXD,FILM:909 OHM,1%,0.2W,TC=TO 


57668 


CRB 20 FXE 909E 


A1R652 


315-0274-00 

VXV vLl i VV 


RES,FXD,FILM:270K OHM,5%,0.25W 


57668 


NTR25J-E270K 


A1R653 


322-3193-00 


RES,FXD,FILM:1K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R655 


322-3193-00 


RES,FXD,FILM:1K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R658 


321-0278-00 


RES,FXD,FILM:7.68K ORM,l%,0.125W,TC=T0 


07716 


CEAD76800F 


A1R659 


322-3197-00 


RES,FXD,FILM:1.1K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 1K10 


A1R669 


321-0995-00 


RES,FXD,FILM:549K OHM,1%,0.125W,TC=TO 


24546 


NA55D5493F 


A1R670 


322-3193-00 


RES,FXD,FILM:1K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R671 


322-3289-00 


RES, FXD, FILM: 10K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 10K0 


A1R678 


322-3097-00 


RES,FXD,FILM:100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R700 


313-1221-00 


RES,FXD,FILM:220 0HM,5%,0.2W 


57668 


TR20JE220E 


A1R701 


322-3223-00 

^L. L> vLLv VV 


RES , FXD , FI LM : 2 . 05K OHM , It , . 2W , TC=T0 


57668 


CRB20 FXE 2K05 


A1R702 


321-0252-00 


RES,FXD,FILM:4.12K OHM t l%0.125W,TC=T0 


07716 


CEAD41200F 


A1R707 


322-3201-00 

vLL vL VV 


RES,FXD,FILM:1.21K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 1K21 


A1R708 


313-1242-00 

VXV 1L~L VV 


REs[fXD,FILM:2.4K 0HM,5%,0.2W 


57668 


TR20JE 02K4 


A1R709 


322-3258-00 


RES,FXD,FILM:4.75K OHM,l%,0.2W.TC=T0 


56845 


ORDER BY DESCR 


A1R710 


315-0396-00 


RES,FXD,FILM:39M 0HM,5%,0.25W 


01121 


CB3965 


A1R713 


313-1822-00 


RES,FXD,FILM:8.2K,0HM,5%,0.2W 


57668 


TR20JE 08K2 


A1R723 


321-0240-00 


RES,FXD,FILM:3.09KOHM,1%,0.125W,TC=TO 


07716 


CEAD30900F 


A1R724 


321-0680-00 


RES,FXD,FILM:35.3K OHM,0.5%,0.125W,TC=T2 


19701 


5033RC35K30D 


A1R731 


322-3306-00 


RES, FXD, FI LM: 15K OHM, 1%, . 2W, TC=T0 


57668 


CRB20 FXE 15K0 


A1R732 


322-3273-00 


RES , FXD , FI LM : 6 . 81 K OHM , IX , . 2W, TC=T0 


57668 


CRB20 FXE 6K81 


A1R733 


322-3218-00 


RES, FXD, FILM: 1.82K 0HM,i%,0.2W, TC=T0 


57668 


CRB20 FXE 1K82 


A1R734 


313-1221-00 


RES,FXD,FILM:220 0HM,5%,0.2W 


57668 


TR20JE220E 


A1R735 


313-1273-00 


RES, FXD, FILM: 27K 0HM,5%,0.2W 


57668 


TR20JE 27K 


A1R736 


321-0217-00 


RES , FXD , FI LM : 1 . 78K OHM , 1% , . 1 25W , TC=T0 


19701 


5043D1K780F 


A1R737 


322-3263-00 


RES , FXD , FI LM : 5 . 36K OHM , 1% , . 2W, TC=T0 


56845 


ORDER BY DESCR 


A1R738 


322-3273-00 


RES , FXD , FI LM : 6 . 81 K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 6K81 


A1R742 


322-3235-00 


RES , FXD, FI LM: 2 . 74K 0W , 1%,0 . 2W, TC=T0 


57668 


CRB20 FXE 2K74 
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Conponent No. 


Tektronix 
Part No. 


Serial /Assembly No. 
Effective Oscont 


Nana & Description 


Mfr. 
Code 


Mfr. Part No. 


A1R743 


31 3-1 331 -fin 

OIO lOOl uu 






RFC FYn FTIM*33fi OHM K°/ fi 9U 
Klo , rAU , r 1 Ln . oou Unn , o/o , U . £W 




TR'filF 33DF 

1 l\£UUL OOUL 


A1R744 


Jll ouoo uu 






RFC FYn FTIdWi OHM 1°/ fl 7U Tf-Tfl 
HLO r rAU, r 1 Ln. / 3 unn, i/o, u. cw, lu 


57668 


TRR?0 FXF 75F0 

UI\OtU TAL / JLU 


A1R745 


3?9-3?3^-on 

OCL OLOo uu 






Drc cryn FT [ M ■ ? 7/1^ fUM 1 °/ 9U Tf-Tfi 
Klo, rAU, rILn. c. /IK urn, l/o, U. cW, lu-- 1 U 


R7KKR 

O/ DOO 


pRRofi FXF PIC74 

UI\DLU "AC. CIN/ H 


A1R746 


301-0470-00 






RES, FXD, FILM: 47 OHM, 5%, 0.5V 


19701 


5053CX47ROOJ 


A1R747 


322-3193-00 






RES, FXD, FILM: IK OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R748 


0£.L OLOj UU 






RFQ FYn FTIM-lflk' OHM 1 c / (1 9W Tr=Tfl 

i\LO, rAU, r 1 LH. J. UK Unl'l , l/o, U . lW , tu 


57668 


FRB20 FXF 10K0 

ur\DtU r AL lUlNU 


A1R749 


31 3_1 333_nn 






DFQ FYfl FTIM'33k" flHM R / fl 9U 
t\LJ, rAU, r ILH.OON UrTI , OA , U . On 


R7Rfii3 
o/ ouo 


TR9D.1F 33K 

1 RluuL OON 


A1R750 

rt±i\f ou 


31 3_i 1 ci _nn 

OIO 1131 uu 






KCO, rAU, r i Lri. 10U UTrl r O/o, U . On 


O/ DUO 


1 r\£.UULl JUL 


A1R753 


313-1?4?-0n 

OIO LCHC UU 






DF^ FVn FTIM*9 A\C f)\4A R 3 / fl 9W 
t\LO r rAU r rl U 1 . L . *rl\ Uri'l , O/o , U . Crl 


0/ uuo 


TR?n,lF n?IC4 


A1R754 


313-1333-00 






RES,FXD,FILM:33K 0HM,5%,0.2W 


57668 


TR20JE 33K 


A1R755 


322-3193-00 






RES, FXD, FILM: IK OHM,l%,O.2W,TC=T0 


57668 


CRB20 FXE 1K00 




31 3_i i c;i_nn 

OIO IIOl uu 






DFQ FYPi FTIM-I^n OHM t?y A 9U 
Kto, rAU, r ILn. ioU Unn , O/o, U . OH 


C7CCQ 
3/ DOO 


TD9n in RfiF 

1 (\tUdLlOUC 


nl t\OUU 


391 -HI A7-fYl 
Ocl U ,£ t/ UU 






DFQ FYn FTIM-339 OUHuf 1°/ n 1 OQJ TP-TH 
Kto, rAU, rlLrl.OJii Um F l/o, U. ltOW, 


H771 R 
U/ / ID 


p FAn339R0F 

^LMUOO L.r\Ur 


ai Rfim 

rtir\OUi 


Oil ££OU uu 






3FQ \/AD KinWlJU-TPMP ^00 OHM 90°/ D 1 TMFAf? 


Tici dqn 

1 MHJU 


urUOU I OUU 


nl [\OU£ 


Ol! CLo 13 ! uu 






DFQ \/flD WnWUIW'TDMD Rlc flHM 9ft / A mj 1 TNFfiP 


Tk"1 ARfl 


•JrUOUl Of\ 


A1R804 


313-1151-00 






RES, FXD, FILM: 150 OHM,5%,0.2W 


57668 


TR20JE150E 


A1R805 


311-1242-00 






RES , VAR , NONWrf : TRMR , 200K 0rM,0.5W 


32997 


3386X-T07-204 


rtlI\OUU 


3??-34i4-nn 

JLL OHl*t UU 






pf^ Fvn FTiM-?nn^ ohm i / o ?u tp-to 
[\Lo, tali, r i u i. £uur\ unn, i/o, u . cw , i o— i u 


31UO/ 


rrF5nfi?fifin?F 

L-L-romcuuuc.r 




313-1 1 51-f)fl 

OlO llOl uu 






RF 5 ; FXD FTIM-IRfl OHM 5^ ?W 
f\r.o , r au , r i i_r i • i ou un i,o/o, u«un 


57668 


TR20.1F1 50F 


A1R811 


301 -0331 -fin 

Jul UOOl uu 






RFS FXn FTIM-33(1 OHM 5°/ 5U 

t\LO , r AU, r 1 Lt ! . oou unn , J/o , u . OH 


19701 


5053rX330R0.1 


A1R817 


3i3-i??i-nn 

OIO ICCi uu 






rf<; Fxn FTiM-??n ohm to n ?w 


57668 


TR?0.1F??0F 


A1R820 


321-0337-00 






RES,FXD,FILM:31.6K 0HM,1%,0. 125W,TC=T0 


07716 


CEAD31601F 


A1R821 


321-0330-00 






RES,FXD,FILM:26.7K 0rM,l%,0.125W,TC=T0 


07716 


CEAD26701F 


A1R822 


399-31 30,-flfl 
Ode OlOS UU 






RFC pyn FIIM-?74 OHM 1°/ fl ?W TT-TO 

I\LO, [AU, r 1 LI 1. d/ H Ulirl , l/o, U . Ln , l\^— IU 


o/ uuo 


TRR'O FXF 274F 

UlxlJtu rAL CI tL 


A1R8?3 


3??_3iq3_nn 

OLL OloO UU 






RFS FXn FIIM-1K OHM 1°/ fl 7W Tf=Tf) 
F\LO , tau , r i Li i . i r\ um i , l/o , U . C« , 1 \j f u 


57668 


CU9,?0 FXF IKOf] 


A1R849 


313-1333-nri 

OIO lOOO UU 






RF C FXF1 FIIM-33K DHM 5°/ ?W 
i\LO , r au , r i u i , ooi\ urn i , o/o , u • cw 


o/ uuo 


TR20.1F 33K 


r\lr\OOU 


31 1 _??3d-nn 

Oil tWr UU 






RF 1 ; VAR MflNWU'TRMR flHM 'ff/ fl "iU 1 7WFAR 

I\LO, vnt\, llUiinn . 1 ™ T ll\ , UI\ Unn, two, U . OW LlHLMru 


1 l\l*tOU 


fiFOfiirr sic 


A1R852 


313-1240-00 






RES, FXD, FILM: 24 OHM,5%,0.2W 


57668 


TR20JT6824E0 


A1R853 


313-1240-00 






RES,FXD,FILM:24 0HM,5%,0.2W 


57668 


TR20JT6824EO 


AI RR55 

rtll\0 JO 


3??-3?ftq-no 

OCC OdOuJ uu 






RF<i FYD FTIM-lfllC flHM 17 fl ?W Tf=Tfl 

t\LO , rAU, r 1 LI 1 . 1UN U/nrt, i/o, U . LW r ]U~ 1 U 


57668 


rRR?o fxf i men 

Ui\D^U rAL 1UNU 




3??-3?10-0f) 






RF3 FXD FT 1 M- 1 5K flHM 1X fl ?U Tr=Tf) 
f\LO , rAU, r i li i. l . o{\ um i , u. t.w , i Uj i u 


57668 


FRR20 FXF 1K50 


A1 R85R 


3??-3?3Q-fl(l 

OL\C JCJj UU 






RF 5 ; FXD FTIM-3 01 K DhM 1°/ ?W Tr=T0 
i\lu , rAU , r i un. j . uii\ uni ,i/o,u.dw, i l>— i u 


57668 


TRR90 FXF 3K01 

Ui\Dl.U tal oi\ui 


A1R860 


3ii-??34-nn 

Oil LLUt UU 






RFS VAR NflNWW-TRMR 5K flhW 20°/ 5W 1 INFAR 


TK1450 


fiFOfilfT 5K 


A1R900 


322-3097-00 






RES , FXD , FI LM : 100 0FM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 100E 


A1R901 


322-3197-00 






RES,FXD,FILM:1.1K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K10 


A1R903 


3??-3?t;R-0n 

OLc. OCOO UU 






RF"? FXfl FTIM-4 7SK HHA \°l ?W TP=T0 

[\LO,rAU,riLII.*r./ Of\ un 1 , 1 /o , U . CW , IU IU 


^(¥145 


flRDFR RY DFSrR 

UixULlX & l IVLJ^fA 


A1R904 


31 3-1 1 ?A-0() 






RFS FYD FIIM-1?0K OHM TO f) ?U 


57668 


TR20.1F120K 


A1R907 


313-1/71-00 






RFS FXD FTIM-470 flHM TO ?W 

[\LJ r < AU| 1 1 u l ■ "/ U Ul H 1 f -J/o , U . Cff 


57668 


TRPfllF 470F 

I f\LwL i / UL 


A1R910 


31 S-fRqfi-OO 






RFS FXD FTIM-39M flHM 5°/ (1 ?5W 


01121 


L-OOC5UO 


A1R912 


313-1822-00 






RES,FXD,FILM:8.2K,0HM,5%,0.2W 


57668 


TR20JE 08K2 


A1R924 


322-3325-00 






RES , FXD , FI LM : 23 . 7K 0FM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 23K7 


A1R936 


3??-3??5-00 






RF3 FXD FTIM-? 15K OHM 1% ?W Tr=T(l 

J r rAU, l 1 LI I . C . 10I\ Ul I 1 , l/o , U . L.H , 1 O 1 u 


57668 


FRR'O FXF 2K15 
orvQcu tal ci\io 


A1R937 


OCC OOJO uu 






RF^ FXri FTIM-fi fUK OHM 1°/ fl ?W Tf=Tn 

f\LO , TAU , T 1 LH ■ U . U*+i\ Um r j. /o r U . (_VH , 1 L- — 1 U 


J/ uuo 


1<I\D£.U rAC. UISUt- 


A1 RQ3Q 


JIO UOOl UU 






RFQ FYfl FTIM-3 3K flMM R / fl 9QJ 

f\LO, TAU, rl LH. O . ON UrB T l f O/o , U. COn 


0/ OOO 


NTRP^l-F^^ 


A1RQ40 


JLL OU3/ UU 






PFQ FYn FTIM-inn ni-M 1°/ fl 9U Tf-Tfl 

rxLO , TAU, r 1 LH. 1UU Urfl*l , l/o, U . cn , IU — 1 U 


o/ OOO 


PDR9H FYF 1 flflF 

LrUJLU TAL 1UUL 


A1R941 


313-1151-00 






RES,FXD,FILM:150 0HM,5%,0.2W 


57668 


TR20JE150E 


A1R942 


322-3235-00 






RES , FXD, FI LM: 2 . 74K OhN , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 2K74 


nltwto 


OIO HOI uu 






DFQ FYn FTIM-I^fl flHM R / fl 9U 
n.LO, rAU, rl Ln. lOU Uril v l , O/o , U . On 


3/ OOO 


TR?fllF1 "iflF 

1 l\£UUL10UL 


AI RQ44 


399-3nQ7-nn 

Oct OU3/ UU 






DFQ FYn FTIM-mn nHM 1°/ fl 9U TP-Tfl 
r\LO, rAU, r 1 LH . 1UU UFTW ,1A,U. lW , I O— 1 U 


C7CCD 
D/ OOO 


rRR?o FKF IflOF 

L-ftDcU rAL 1UUL 


A1R945 


322-3235-00 






RES , FXD , FI LM : 2 . 74K OFF , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 2K74 


A1R946 


313-1221-00 


B010100 


B010574 


RES,FXD,FILM:220 OHM,5%,0.2W 


57668 


TR20JE220E 


A1R946 


322-3193-00 


B010575 


B010808 


RES, FXD, FILM: IK 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


A1R946 


313-1221-00 


B010809 




RES,FXD,FILM:220 OHM,5%,0.2W 


57668 


TR20JE220E 


A1R947 


322-3117-00 






RES, FXD, FILM: 162 OHM,l%,0.2W,TC=T0 


57668 


CRB 20 FXE 162E 


A1R949 


311-2234-00 






RES , VAR , N0NWW : TRMR , 5K 0HM,20%,0.5W LINEAR 


TK1450 


6F06UT 5K 


A1R950 


301-0470-00 






RES,FXD,FILM:47 0HM,5%,0.5W 


19701 


5053CX47R00J 


A1R951 


308-0555-00 






RES, FXD, WW: 5 0HM,5%,3W 


00213 


1200S-5.0-5 


A1R952 


322-3085-00 






RES,FXD,FILM:75 OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 75E0 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Ccnponent No. 


Tektronix 
Part No. 


Serial /Assembly No. 
Effective Dscont 


Nans & Description 


Hfr. 
Code 


Hfr. Part No. 


A1R956 


322-3239-00 




RES,FXD,FILM:3.01K 01+1,1%, 0.2W,TC=T0 


57668 


CRB20 FXE 3K01 


A1R957 


321-0291-00 




RES, FXD, FILM: 10. 5K OhM, 1%,0. 125W,TC=T0 


19701 


5033ED10K50F 


A1R972 


313-1510-00 




RES.FXD,FILM:51 0HM,5%,0.2W 


80009 


313-1510-00 


A1R973 


313-1513-00 




RES,FXD,CMPSN:51K 0HM,5%,0.2W 


57668 


TR20JE 51K 


A1R975 


322-3097-00 


8010575 B010808 


RES, FXD, FILM: 100 OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


RlrwOl 


occ OXJOl \J\J 




DCC CVH CTfM.IAA PLM 1<V A Oil TP— TA 

Ktb, rXU, rlLM: 1UU Urfl.iX.U.iW, IC-IU 


0/000 


PDfion cyc 1 apc 
UKb^u rAt 1UUL 


A1R982 


321-0103-00 




RES, FXD, FILM: 115 0HM,1%,0.125W,TC=T0 


01121 


RNK1150F 


A1R985 


322-3243-00 




RES , FXD, FI LM: 3 . 32K OHM , 1% , . 2W, TC=T0 


80009 


322-3243-00 


A1R986 


322-3097-00 




RES, FXD, FILM: 100 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100E 


A1R995 


313-1512-00 




RES,FXD,FILM:5.1K 0HM,5%,0.2W 


57668 


TR20JE 5K1 


A1S615 


260-1421-00 




SWITCH,PUSH:1 BTN.2 POLE, INSTRUMENT ID 


59821 


ORDER BY DESCR 


A 1 TDQfiri 
Hi 1 roUU 


131 ncrsQ pn 




TEw11NAL,PIN:0.365 L X 0.025 BRZ 6LD PL 


oococ 


ylOOOO AOC 

4o2cS3-Udb 


A1U100 


153-2235-03 




MI CROCK! , LI NEAR : LOW NOISE VERT PREAMP 


80009 


153-2235-03 


A1U110 


156-1245-00 




MICR0CKT, LINEAR:? XSTR,NPN,SI,HV/HIGH CUR 


01295 


ULN2003AN-P3 


A1U120 


156-1245-00 




MICROCKT, LINEAR:7 XSTR,NPN,SI .HV/HI6H CUR 


01295 


ULN2003AN-P3 


A1U130 


156-1245-00 




MICR0CKT, LINEAR:? XSTR,NPN,SI .HV/HIGH CUR 


01295 


ULN2003AN-P3 


A1U140 


156-0651-00 




MICROCKT, DGTL:8-BIT PRL-0UT SER SHF RGTR 


80009 


156-0651-00 


A1 111 £f\ 


ISO UOOl UU 




MTTDnrkT 1Y*TI . Q OTT DDI AI IT CCD CUC DfTD 

M1UKULAI r LAa 1 L : o-Bl t rKL UUI btK bnr KblK 


ouuuy 


1 HKC1 (\f\ 


A1U160 


156-1200-01 




MICROCKT, LI NEAR :BIFET, QUAD 0PNL AMPL.SCRN 


80009 


156-1200-01 


A1U165 


156-2854-00 




MICR0CKT,LINEAR:0PNL AMPL QUAD 


80009 


156-2854-00 


A1U170 


156-0513-03 




MICROCKT, LINEAR:CM0S, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 


A1U180 


156-1191-01 




MICROCKT, LINEAR:BIFET,DUAL 0PNL AMPL.SCRN 


80009 


156-1191-01 


A1U200 


153-2235-03 




MICROCKT, LINEAR: LOW NOISE VERT PREAMP 


80009 


153-2235-03 


MIUOUU 


1DD UcoO Uv 




nlCKULKI ,LlNtAK: IKluutK rKLAMr 


ouuuy 


lDO-Ucoo-UU 


A1U350 


156-1191-01 




MICROCKT, LINEAR:BIFET, DUAL 0PNL AMPL.SCRN 


80009 


156-1191-01 


A1U400 


155-0236-00 




MICROCKT, LINEAR:VERTICAL CHANNEL SWITCH 


80009 


155-0236-00 


A1U450 


156-0158-07 




MICROCKT, LINEAR:DUAL 0PNL AMPL, SCREENED 


01295 


MC1453JG4 


A1U475 


156-0048-00 




MICROCKT, LINEAR:5 XSTR ARRAY 


02735 


CA3046 


A1U485 


156-0048-00 




MICROCKT, LINEAR:5 XSTR ARRAY 


02735 


CA3046 


ttiUDUU 






UTPDPPIT 1 TMCAD . TD Tf^PCD 

MICKULm , LlNtAK: 1 KiuutK 


ouuuy 


1 EC AOOA AO 


A1U550 


156-0048-00 




MICROCKT, LINEAR: 5 XSTR ARRAY 


02735 


CA3046 


A1U600 


155-0237-00 




MICROCKT, LINEAR: VERTICAL OUTPUT 


80009 


155-0237-00 


A1U650 


155-0244-01 




MICROCKT, DGTL: SYSTEM LOGIC INTERFACE 


31471 


M 217 


A1U700 


155-0240-00 




MICROCKT, LINEAR:SWEEP 


80009 


155-0240-00 


A1U735 


156-0048-00 




MICROCKT, LINEAR:5 XSTR ARRAY 


02735 


CA3046 


A1U800 


155-0241-02 




MICRXKT, DGTL: HORIZONTAL AMP SYS 


80009 


155-0241-02 


HI UOOU 


lOD Uul J _ UU 




utpdppi/t ivti .rune tdtdi c o puau uirv 
M1UKULM ,UulL:UTUb, IKlrLt d-LrWi MUX 


A070E 

U2/OD 




A1U860 


156-0515-00 




MICROCKT , DGTL : CMOS , TRIPLE 2-CHAN MUX 


02735 


CD4053BF 


A1U900 


155-0240-00 




MICROCKT, LINEAR:SWEEP 


80009 


155-0240-00 


A1U910 


156-1191-01 




MICROCKT, LINEAR:BIFET, DUAL OPNL AMPL.SCRN 


80009 


156-1191-01 


A1U950 


155-0242-01 




MICROCKT, LI NEAR :Z AXIS AUT0F0CUS 


80009 


155-0242-01 


A1U975 


160-5062-00 


B010100 B010574 


MICROCKT , DGTL: STTL , DECA 20 INP AND/OR PLD 


80009 


160-5062-00 


A1U975 


160-5062-01 


B010575 B010808 


MICROCKT, DGTL:STTL,0ECA 20 INP.PRGM 


80009 


160-5062-01 


M1U3/ D 


i Kn cnc? nn. 

IDU-.DUD*: uu 


□m nana 


utpdpplt rvTi .ctti pcpa op two ama/pd di r\ 
MIOTJUU ,UblL:bl IL.utUA 2U INr ANU/UK rLU 


opaaa 


1 CP CACO AP 


A1U980 


156-1611-01 




M I CRKKT , DGTL : ASTTL , DUAL D-TYPE FF 


80009 


156-1611-01 


A1U985 


156-0341-00 




MICROCKT, DGTL: DUAL 2-INP OR DRIVER 


07263 


75453BTC 


A1VR112 


152-0166-00 




SEMIC0ND DVC, DI :ZEN , SI , 6 . 2V , 5%, 400fvW, DO-7 


04713 


SZ11738RL 


A1VR125 


152-0166-00 




SEMIC0ND DVC.DI :ZEN , SI , 6.2V, 5%,400MV, D0-7 


04713 


SZ11738RL 


A1VR152 


152-0236-00 




SEMIC0ND DVC,DI:ZEN,SI,12.5V,4%,0.4W,D0-7 


04713 


SZ13553RL 


MiVKctO 


lo^-UIbb-UU 




ccutppua nwp nT.7rw ct c ow co/ jippmj np 7 
StMlLUNU UVL.Ul :ZtN,Sl ,D.iiV,bA,4UU™,lJ0-/ 


U4/13 


071 1 700AI 


A1VR550 


152-0195-00 




SEMIC0ND DVC,DI:ZEN,SI,5.1V,5%,0.4W,D0-7 


04713 


SZ11755RL 


A1W101 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES ,0.094 00 X 0.225 L 


24546 


0MA 07 


A1W103 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


0MA 07 


AM 04 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


0MA 07 


A1W105 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


0MA 07 


A1W106 


195-6500-02 




LEAD, ELECTRICAL:22 AWG.1.75 L,9-N 


TK1544 


195-6500-02 


A1W107 


195-6500-02 




LEAD, ELECTRICAL: 22 AWG.1.75 L.9-N 


TK1544 


195-6500-02 


A1W108 


195-6500-02 




LEAD, ELECTRICAL: 22 AWG.1.75 L.9-N 


TK1544 


195-6500-02 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Component No. 



Tektronix 
Part No. 



Serial /Assembly No. 
Effective Dscont 



Name & Description 



Hfr. 
Code 



Hfr. Part No. 



A1W109 
A1W120 
A1W121 
A1W122 
A1W151 
A1W500 



131-0566-00 
131-0566-00 
175-4594-01 
175-4598-00 
131-0566-00 
131-0566-00 B010100 



B010808 



BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 24546 0MA 07 

BUS, CONDUCTOR: DUMMY RES, 0.094 00 X 0.225 L 24546 OMA 07 

CA ASSY, SP,ELEC:6, 22 AWG, 5.25 L 80009 175-4594-01 

CA ASSY,SP,ELEC:8,26 AWG, 7.0 L, RIBBON 80009 175-4598-00 

BUS, CONDUCTOR: DUMMY RES, 0.094 OD X 0.225 L 24546 OMA 07 

BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 24546 OMA 07 



A1W610 


131-0566-00 


BUS , CONDUCTOR : DUMMY RES, 0.094 OD 


X 0.225 L 


24546 


OMA 07 




A1W850 


131-0566-00 


BUS, CONDUCTOR: DUMMY RES, 0.094 OD 


X 0.225 L 


24546 


OMA 07 




A1W918 


195-3991-01 


LEAD, ELECTRICAL: 22 AW3,3.5 L.O-N 




80009 


195-3991-01 


A1W919 


195-3991-01 


LEAD, ELECTRICAL: 22 AWS,3.5 L.O-N 




80009 


195-3991- 


-01 


A1XU100 


136-0763-00 


SKJ,PL-IN ELEK:26 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 


A1XU191 


136-0263-07 


SOCKET, PIN TERM:U/W 0.025 SQ PIN 




22526 


ORDER BY 


DESCR 






(QUANTITY OF 16) 










A1XU200 


136-0763-00 


SKT,PL-IN ELEK:26 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 


A1XU300 


136-0764-00 


SKT.PL-IN ELEK:48 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 


A1XU400 


136-0763-00 


SKT.PL-IN ELEK:26 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 


A1XU500 


136-0764-00 


SKT.PL-IN ELEK:48 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 


A1XU600 


136-0764-00 


SKT,PL-IN ELEK:48 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 


A1XU700 


136-0764-00 


SKT.PL-IN ELEK:48 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 


A1XU900 


136-0764-00 


SKT.PL-IN ELEK:48 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 


A1XU950 


136-0764-00 


SKT,PL-IN ELEK:48 LINE CONT IMPD 


HYBRID 


00779 


ORDER BY 


DESCR 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assaifcly Mo. Hfr. 

Ccnponent No. Part No. Effective Dscont Name & Description Code Hfr. Part No. 

A2 672-1037-12 CIRCUIT BD ASSY:LV PWR SPLY MODULE 80009 672-1037-12 

A2F90 159-0021-00 FUSE,CARTRIDGE:3A6,2A,250V,FAST BLOW 71400 AGC-CW-2 

A2S90 260-1967-00 SWITCH, SLIDE:DPDT 5A/250V 10A/125V MKD TK0935 4021.0512 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assembly No. Hfr. 



Ccnponent No. 


Part No. Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


AOfll 
ntnl 




L1KLU1 1 DLf .KLUULMI UK 










^AWATI API F AT THF R79-in^7-YY I F\/F! OMI Yl 






AOAi pi m R 


loo ic.ee uu 


PAD CYn Dl ACTTP-fl f\RQI IF 9PP/ 9E;n\/ 

UAr j rAU , r LA b 1 1L . U . UuoUr , c\I/o , 60UV 


R£1 1 P 


IDo/ .UOO/n/dOU/n 


A2A1C1018 


285-1222-00 


CAP , FXD , PLAST IC : . 068UF , 20% , 250V 


55112 


158/.068/M/250/H 


A2A1C1208 


281-0775-01 


CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


nCnlLilCCV 


CjV Ujoj uu 


pap pyn piPTiT-miiF 4-1 nn- in / mnv 


0U£l03 


K7pm nfim nnrfi?r 

o/ cuiuumuuuucu 


APA1P1 999 
n.Ct\l\,lCCC 


pai -n7*n-nn 
coi u/ 00 UU 


pap pyhj pfp m*n 1 iir pn°/ mnu 

Urtr r rAU,L.LK Ul.U.l Ur £.U/o p iUUV 


OA999 


rlrtH U 1 U 1 UHTlnrt 




9ft 1 -07Q1 -nn 


pad (ryn pfp nT-p7npp in / mnv 


0A999 

uHCCC 


MAimr?71KAA 


HdrtlUifLHU 


£i?U UjOj uu 


pap FYn FiPTiT-miiF 4-infi-in / mnu 

Lnr, rAL/ r LLU 1 L 1 . XUUr , ^iUU lU/o r iUUV 


DOCQC) 


P7?m nfiMi nnrfipr 

u/ £.uiuoniuuuucu 


A2A1C1245 


281-0783-00 


CAP r FXD f CER DI:0.1 UF 20% r 100V 


04222 


MA401C104MAA 


A2A1C1246 


281-0791-00 


CAP r FXD r CER DI:270PF r 10%,100V 


04222 


MA101C271KAA 


A?Ain ppn 


9on_iTQAp_nn 

ljU UJJ*tt w 


PAP FYH Fl PTi T'innitF 4-infi-in°/ 9^M 


OODOU 


IIPAlF1fi1MAH 
UrnlLlUirittn 


apaipi Tfei 

Rl.H1U1C.01 


£.01 KJI 1 UU 


pap FYn pfp n?-n nmr icy 3 / mnv 

LHr,rAU r UtK Ul . U. UlUr , lU/o, IUUV 


ndppp 

MHCCC 


MAPmn n^AA 


apaih P7n 

rtcrtiUi £ / U 


pfti-n7Qi-nn 

£.01 U/cJl uu 


pap FYn pfp nT-P7nPF in°z mnv 

L-nr , rAU r Ul . 6/ UrT r lU/o, IUUV 


OA999 
\J*rCCC 


mai nir?7itcAA 


a?aipi ?7? 

n£.HiUi£./ l. 


(LOi U/ / H UU 


tap pyn pfp ni-n n??MFn ?n°/ innv 

L/Hr , rAU r UCi\ Ul . U. UCCrirU, CWo , IUUV 


0A999 

UHCCC 


MA/ , fi1F?/'^MAA 

r\nC\J 1Z.CC Ol rlnn 


A2A1C1274 


290-0778-00 


CAP, FXD, ELCTLT : 1UF, 20% r 50V, NPLZD 


54473 


ECE-A50N1 


A2A1C1280 


290-0942-00 


CAP,FXD,ELCTLT:100UF,+100-10%,25V 


55680 


UPA1E101MAH 


APAinpQn 

HtLrtlUiiiSU 


9P1 -0.77^-0.1 
flui U/ / J Ul 


PAP FYH PFP nT'fi 11 IF 9CFL ^f)\l 
UHr , rAU, ULn. Ul . U. lur ,C\J/o, OUV 


OA??? 


CA1flRFin4MA4 
OAiUULiU4) Y lnn 


ApAiri pQI 


PQn.-fi77ft-n.pj 

cSJU U//0 uu 


PAP FYH FIPTIT-1HF Pfi 5 / ^nu NPI zn 

L/rtr , rAU, LLU ! L 1 - lur , L\Jfo, JUV , VivlMU 


U*t*t/ J 


LUC M3UH1 


A?A1P1?Q? 


?Qfi-fi77ft-fi1 


TAP FXD FIPTIT-IDF +9Cfl ^0\l 




1IFR1H010MAAITD 


Mc.rt i Ui O UU 


pqn-nqdp-nfi 


TAP FYn Fl PTI T- 1 DOI IF +10n-10°/ ?W 


SSfiftO 

OOUOVJ 


IIPA1 F101MAH 

LirnJ. Liuii iru i 


A2A1C1330 


290-0942-00 


CAP, FXD, ELCTLT: 100UF,+100-10%, 25V 


55680 


UPA1E101MAH 


A2A1C1331 


281-0775-01 


CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A?Airn50 

rtCrtlU±>JJU 


C.JXJ \JoHC. UU 


TAP FXD Fl m T • 1 fini IF +10(1-10°/ ?w 


55fifi0 


IIPA1F101MAH 


A?Ain357 


COJ. u/ / uu 


TAP FXD TFR OT-0 Oil IF 10°/ 1 00V 


04222 


HA?mnn^KAA 

1 lri£.UXv.l UJIWi 


A2A1H374 


L.OI U/ J± uu 


CAP FXD PFR FIT - ?70PF 10X 100V 


04222 


MA10ir?71KAA 


rtcrtiUiHUU , 




CAP FXD FITTIT-47IIF ?0°Z ?"a/ 


55R80 

JJUUU 


UVX1F470MAA1TD 

L.HJ ui inni 1 L» 


A2A1C1402 


290-0943-02 


CAP,FXD,ELCTLT:47UF,20%,25V 


55680 


UVX1E470MAA1TD 


A2A1CR1011 


152-0750-00 


SEMIC0ND DVC,DI:RECT, BRIDGE, SI, 600V r 3A 


05828 


RKBPC606-12 


A?A1PR1 990 


1 Rp-nnfiR-nn 

iOt. UUDD UU 


^FMirnwn nvr ni-RFfT 4nnv ia nn-41 


UOOC.O 


or iuu ulu 


nc.nl Ul\ 1 c. c_ 1 


1 ^p -nfip.fi- nn 

10c UUOO UU 


^FMirniyn nvr nT*RFn st ionv ia no~4i 


UOOcO 


uriUu Udu 


APA1PR1 9A\ 
M£r\lUr\ 1(_H1 


1 ^P-fifififi-fifi 
10c UUOO UU 


^FMTpnwn nup m-PFPT <;? innu ia nn-Ai 

oCnlOUliU UVL, Ul . KLL- 1 r J 1 , HUUV , lf\ r UU HI 


UOOtO 


rpi (wnpfi 


APA1PR1 p AO 


1 ^p-nnKR-nn 

IOC. UUOO UU 


c;FMTpnwn nup m*PFPT inni/ 1A rm-Ai 


UOOco 


p,pifYVfipfi 

drlUa^Udu 


A2A1CR1243 


152-0066-00 


SEMIC0ND DVC F DI:RECT,SI,400V,1A,DO-41 


05828 


GP10G-020 


A2A1CR1244 


152-0066-00 


SEMIC0ND DVC,DI:RECT,SI r 400V,lA,DO-41 


05828 


GP10G-020 


ApAlpDI pen 


1 ^p-nfifiR-nn 

IDC UUDD UU 


c;FMTPnNn nup m-PFPT 4nnu ia rm-Ai 


UOOcO 


Api nfvnpn 

OrlUCr UdU 


ApAlpDI pCI 


1 c:p-nnfiR-nn 

13C UUDD UU 


^FMTrnNn nvr nT-RFfT ^nnu ia nn-4i 


UOOdO 


epi nfi-n?n 


APA1PR1 pCp 


LDL UlHi \JC 


^FMTpnwn n\/p m-^u ^nu i^nMA ^nu rm-^^i 

OLrllUUI'IU UVb r Ul . OH ,01, OUV , 1 JUrH, OUV , UU OO 


uoouo 


nA?^?7 (IHA]^?) 
UnCDCf { illHiOt. ) 


A?A1PR1 PFA 
nCnl Un, i £.00 


IDC UlHi Uc 


<iFMTrnNn nvp rt-qu ■si ^nu 1 rhma in\f nn-^^ 

OLrtiUUIHU UVU, Ul . OW ,01, OUV , lounn, OUV , UU OO 


uoouo 


nAP^?? MM41R?1 


A2A1CR1264 


152-0141-02 


SEMIC0ND DVC,DI:SW,SI ( 30V,150MA,30V,DO-35 


03508 


DA2527 (1N4152) 


A2A1CR1281 


152-0141-02 


SEMIC0ND DVC,DI:SW,SI,30V,150MA,30V,D0-35 


03508 


DA2527 (1N4152) 


APA1PR17R? 


mp-niAi-np 

IOC UlHi U£ 


^FMTrnfvin PiMC nT-^u ^nv 1 ^nMA ^nu m-?^ 

OLniUUMU UVU, Ul . OW, Ol ,OUV , lOUITH, OUV , UU OO 


uoouo 




A2A1PR1 ?R3 


1 ^-nnfifi-fin 

iOc UUDD UU 


^FMTrniun nvr nT*RFPT aciom ia rm-di 

OuHlUUliU UVU, Ul . ixLU 1,01, HUUV , 1M, UU HI 


UOO£0 


DriUU UtU 




IDC U1H1 \JC 


^FMTpnNn nvr nT-^u ^nu i^nMA ^nv nn-^^ 

OD'liUUliU UVU, Ul . OW r 1 , OUV p lOUl iH,OUV t UU OO 


UOOUO 




A?Airj?1?Q4 


]£>?-{)] A\ _fip 
iOc. UlHi Ut 


OD'llUUnU UVU, Ul , OW, Ol , OUV , lOUrtn, OUV , UU DD 


UOOUO 




A2A1CR1295 


152-0141-02 


SEMIC0ND DVC,DI:SW,SI,30V,150MA,30V r DO-35 


03508 


DA2527 (1N4152) 


A2A1CR1300 


152-0141-02 


SEMIC0ND DVC,DI:SW,SI,30V,150MA,30V,DO-35 


03508 


DA2527 (1N4152) 


a?aipri 

RdrtlUKlOUi 


1 ^p-fiijii ~np 

IDC Ulnl \Jc 


•sFMTPnNn nup nT*^u c:t ^nu i^nMA ^nu nn-^^ 
ou"iuut»u uvu, ui .ow ,oi, ouv , iounrt,ouv , uu oo 


UOOUO 


Uru-Ot/ \1\*HLDC) 


ApAlpDI ^np 


1 R?-m ai ~np 

IOC U1H1 UL. 


OLniUUnU UVU, Ul . OW , Ol , OUV , lOUl'ltt , OUV, UU O J 


uoouo 


Pik?^?! ( 1N41S?1 

Urti.Oc/ illHi DC j 


A2A1CR1303 


152-0066-00 


SEMIC0ND DVC , DI : RECT , S I , 400V , IA , DO-41 


05828 


GP10G-020 


A2A1CR1330 


152-0066-00 


SEMIC0ND DVC , DI : RECT , S I , 400V , IA , DO-41 


05828 


GP10G-020 


A2A1CR1331 


152-0066-00 


SEMIC0ND DVC, DI :RECT, SI ,400V, IA, DO-41 


05828 


GP10G-020 


A2A1CR1332 


152-0066-00 


SEMIC0ND DVC.DI :RECT,SI ,400V, IA, DO-41 


05828 


GP10G-020 


A2A1CR1334 


152-0066-00 


SEMIC0ND DVC , DI : RECT , S I , 400V , IA , DO-41 


05828 


GP10G-020 


A2A1CR1351 


152-0066-00 


SEMIC0ND DVC , DI : RECT , S I , 400V , IA , DO-41 


05828 


GP10G-020 


A2A1CR1376 


152-0141-02 


SEMI COND DVC , D I : SW , S I , 30V , 1 50MA , 30V , D0-35 


03508 


DA2527 (1N4152) 


A2A1E1001 


119-0181-00 


ARSR.ELEC SURGE: 230, GAS FILLED 


25088 


B1-A230 


A2A1E1002 


119-0181-00 


ARSR.ELEC SURGE: 230, GAS FILLED 


25088 


B1-A230 



REV SEP 1989 



9-19 



2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektroni x 


Serial /Assembly No. 




nrr. 




CaiDonent No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A2A1F1330 


159-0185-00 




FUSE,CARTRIDGE:5.2 X 20MM,0.75A,125V 


TK0946 


TSC-750MA 


A2A1F1330 


159-0295-00 




FUSE, CARTRIDGE: 5 X 20MM,125V,1AMP 


TK0946 


TSC-1 


AcMluitl 






TCDUTMA! nThl.ft OCC I V n MC D[j7 PI n Hi 

ltKMiNAL,rlN:u.jbb L A u.025 tSKZ bLD PL 


oococ 

idbcb 


yioooo noc 
4o2oo-0ob 








(QUANTITY OF 6) 






A2A1J122 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 








(QUANTITY OF 7) 






A2A1J201 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 








(QUANTITY OF 4) 






A2A1J202 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ QLO PL 


22526 


48283-036 








/ m IAWT TTV r\tr A\ 

(QUANTITY OF 4) 






A2A1J203 


131-2925-00 




C0NN,RCPT,ELEC:CKT BD,1 X 6,0.2 SPACING 


27264 


10-10-1064 


A2A1J204 


131-1048-00 




TERM.QIK DISC.:CKT BD MT.O.ll X 0.02 BL 


00779 


61134-1 


A2A1J205 


131-1048-00 




TERM.QIK DISC.:CKT BD MT.0.11 X 0.02 BL 


00779 


61134-1 


A2A1J206 


131-1048-00 




TERM.QIK DISC. :CKT BD MT.0.11 X 0.02 BL 


00779 


61134-1 


A2A1J207 


131-1048-00 




TERM.QIK DISC.:CKT B0 MT.0.11 X 0.02 BL 


00779 


61134-1 


AOA1 lono 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A2A1J303 


131-2926-00 




CONN, RCPT.ELEC: OCT BD, 1 X 2,0.2 SPACING 


27264 


10-10-1024 


A2A1L1011 


108-0473-00 




C0IL,RF:FIXED,174UH 


TK2042 


ORDER BY DESCR 


A2A1L1012 


108-0473-00 




C0IL,RF:FIXED,174UH 


TK2042 


ORDER BY DESCR 


A2A1L1402 


108-0443-00 




COIL, RF: FIXED, 23. 5UH 


80009 


108-0443-00 


A2A1P208 


131-3957-00 




BUS, CONDUCTOR: SHUNT ASSEMBLY, BLACK 


80009 


131-3957-00 




1 ci ndQ7 fin 




IKANblblUK:NrN,M , IU-22U 


80009 


1 ci nAftt nn 
151-04S/-00 


A2A1Q1221 


151-0347-00 




TRANSIST0R:NPN,SI,T0-92 


04713 


SPS7951 


A2A1Q1222 


151-0347-00 




TRANSIST0R:NPN,SI,T0-92 


04713 


SPS7951 


A2A1Q1223 


151-0347-00 




TRANSIST0R:NPN,SI,T0-92 


04713 


SPS7951 


A2A1Q1240 


151-0464-00 




TRANSIST0R:NPN,SI,T0-220 


80009 


151-0464-00 


A2A1Q1241 


151-0347-00 




TRANSIST0R:NPN,SI,T0-92 


04713 


SPS7951 




1 C1 AO jit nn 




TRANS I STOR : NPN , S I , T0-92 


04713 


SPS7951 


A2A1Q1245 


151-0347-00 




TRANSIST0R:NPN,SI,T0-92 


04713 


SPS7951 


A2A1Q1280 


151-0476-00 




TRANSISTDR:NPN,SI,T0-220 


80009 


151-0476-00 


A2A1Q1281 


151-0347-00 




TRANSIST0R:NPN,SI,T0-92 


04713 


SPS7951 


A2A1Q1290 


151-1059-00 




TRANSISTOR:FET,N-CHAN,30MW,TO-92 CASE 


04713 


ORDER BY DESCR 


A2A1Q1300 


151-0482-00 




TRANSISTOR: PNP, SI JO-220 


04713 


SJE1977 




1 C1 aqvio nn 




IKANSlblUK:HNr r bl, 10-92 


07263 


S035928 


A2A1Q1351 


151-0429-00 




TRANS ISTOR : DARLINGTON , PNP , S I , TO- 126 


80009 


151-0429-00 


A2A1Q1354 


151-0342-00 




TRANSIST0R:PNP,SI,T0-92 


07263 


S035928 


A2A1Q1370 


151-0341-00 




TRANSIST0R:NPN,SI,T0-106 


04713 


SPS6919 


A2A1Q1376 


151-0341-00 




TRANSIST0R:NPN,SI,T0-106 


04713 


SPS6919 


A2A1R101Q 


301-0150-00 




RES, FXD, FILM: 15 0HM,5%,0.5W 


19701 


5053CX15R00J 




o i c nccn nn 
J1D-UDDU UU 




Dec cvn ct iM.cc nuu z&l n on t 
Ktb.rAU.rlLrKbb UrW,b'i T 0.<:bW 


57668 


mttioc i cceen 

NTR25J-E56E0 


A2A1R1012 


315-0560-00 




RES,FXD,FILM:56 OHM,5%,0.25W 


57668 


NTR25J-E56E0 


A2A1R1013 


315-0683-00 




RES,FXD,FILM:68K 0HM,5%,0.25W 


57668 


NTR25J-E68K0 


A2A1R1014 


313-1363-00 




RES,FXD,FILM:36K OHM,5%,0.2W 


57668 


TR20JE 36K 


A2A1R1015 


313-1363-00 




RES,FXD,FILM:36K OHM,5%,0.2W 


57668 


TR20JE 36K 


A2A1R1016 


301-0680-00 




RES, FXD, FILM: 68 0HM,5%,0.5W 


19701 


5053CX68R00J 


rtd/UKiUJ./ 


01 c n/l7/i nn 




RES,FXD,FILM:470K 0HM,5%,0.25W 


19701 


5043CX470K0J92U 


A2A1R1018 


301-0300-00 




RES, FXD, FILM: 30 0HM,5%,0.5W 


19701 


5053CX30R00J 


A2A1R1019 


301-0150-00 




RES,FXD,FILM:15 OHM,5%,0.5W 


19701 


5053CX15R00J 


A2A1R1204 


313-1103-00 




RES,FXD,FILM:10KOHM,5%,0.2W 


57668 


TR20JE10K0 


A2A1R1208 


313-1201-00 




RES, FXD, FILM: 200 0HM,5%,0.2W 


57668 


TR20JE200E 


A2A1R1212 


313-1393-00 




RES,FXD,FILM:39K OHM,5%,0.2W 


57668 


TR20JE 39K 


A2A1R1220 


304-0822-00 




RES,FXD,CMPSN:8.2K 0HM,10%,1W 


01121 


GB8221 


A2A1R1221 


315-0100-02 




RES,FXD,CMPSN:10 OHM,5%,0.25W 


01121 


CB1005 


A2A1R1222 


313-1102-00 




RES, FXD, FILM: IK 0HM,5%,0.2W 


57668 


TR2OJE01K0 


A2A1R1223 


313-1823-00 




RES,FXD,FILM:82K OHM,5%,0.2W 


57668 


TR20JE 82K 


A2A1R1226 


313-1472-00 




RES,FXD,FILM:4.7K OHM,5%,0.2W 


57668 


TR20JE 04K7 


A2A1R1227 


321-0634-00 




RES,FXD.FILM:84.65K 0HM,0.25%,0.125W,TC=T2 


19701 


5033RC84K65C 


A2A1R1228 


321-0293-03 




RES, FXD. FILM: 11. OK 0HM,0.25%,0.125W,TC=T2 


24546 


NC55C1102C 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 




Coiponent No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


AOA1 HI 09Q 


31 "3 1 KQ3 nn 
OlO IDOO UU 




dcc cvn ctt i tj.coi/ nuM C°/ A 01 J 


C7CCD 

b/bbo 


Tnon lr col/ 

IKiLlJt boK. 


AOfilPI 0A(\ 
R£-rtlr\lc4U 


ono n9n9 nn 




occ cvn puocm.oi^ nuM no/ hi 
Ktb,rAU,LMrbN:£K, UHM,bA,IW 


m 1 01 


UD <:U2o 


A9A1 D1 OA 1 

ttcnlKl£.41 


on7 nine nn 
ou/-UiUO-UU 




dcc cvn pmdcm.o n nuu co/ n ocii 
Ktb,rAU,LMP;>N:o.y UHM,b7o,0.2bW 


rt1 1 01 

01121 


PD on^c 


A2A1R1242 


313-1152-00 




RES,FXD,FILM:1.5K 0HM,5%,0.2W 


57668 


TR20JE01K5 


A2A1R1243 


313-1393-00 




RES,FXD,FILM:39K OM,5%0.2W 


57668 


TR20JE 39K 


a.9a.i pi 9A/i 

riCRlKlCHH 


■21 3_1 i n/i-nn 

010 11U4 UU 




dcc cvn CTiM.innf nuu c°/ n ou 
Ktb, rAU, rlLM: 1UUK Unrn, o/o, U._W 


C7CCQ 

b/bbo 


TDOA in (\CW 
IKiiUJtlUUK 


n£Rli\l£4o 


31 3-1 /79~nn 
010 14/ d UU 




dcc cvn miA.A 7f nuu cv n oil 


C7CCQ 

D/boo 


IKdUdt U4K./ 


A9A1 PI 947 
n£rtlKl£4/ 


Qoi nofifl nn 

Otl UObO UU 




□ cc cvn CTiM.cc cf rtLM 10/ n ion/ Tr*— .Tn 
Ktb, rAU r rlLM:bo.bl\ \)rr\, l/o,U.l__W, IL=IU 


n771 c 


LtAUbbbUlr 


t\Cj\±1\±L. t tO 


39i -A3i Q_nn 
0£i uoiy uu 




dcc cvn CTiu.on hum 1°/ n iocu tp— Tn 


i Q7m 


bUootudUfOUr 


A2A1R1249 


313-1473-00 




R£S,FXD,FILM:47K 0HM,5%,0.2W 


57668 


TR20JE 47K 


A2A1R1261 


321-0289-00 




RES r FXD,FILM:10.0K OrM, 1%0.125W,TC=TO 


19701 


5033ED10KOF 


fl9A1P19R9 


001 H31fl (V\ 
OCL UOlo UU 




dcc cvn niM.on ni^ hlm 1°/ n iocu tp— to 
Ktb r rAU, rlLM:_U.UN UrM, 1/ ,U. l_ow r I O! U 


1 07A1 

iy/ui 


cnoocnoni/nnc 
oUooLUdUKUur 


AOA1 D1 OCA 
rt£fllKl(:04 


310 i/i73 
0^0-14/0-UU 




ore cvn ctim.v17i/ ni_u c<v n oif 
Ktb,rAU r rlLn:4/N UHM t o/o r U . _W 


O/ODO 


TOOA 1C A 71/ 

iKdUJt 4/n 




3i 3-1439-nn 

010 140<1 UU 




PFC CVn CTIM-/I Olf' HUM c; / n 91J 
Kto, rAU, rl Ln.4.0^ Unr!,0/o t U._W 


o/bbo 


TDon if n>if3 
1 KiUJt U4N0 


A9A1 P1 973 


31 3-1 A73-nn 
010 14/ UU 




dcc trvn w\ya-aiy nuw c?/ n ou 


o/bbo 


TD OP IF /I7f 

IKtUJt 4/n 


A2A1R1274 


313-1683-00 




RES r FXD f FILM:68K 0HM,5% ( 0.2W 


57668 


TR20JE 68K 


A2A1R1280 


303-0470-00 




RES,FXD f CMPSN:47 0hW f 5% ( lW 


01121 


GB4705 


A9A1P1 9ft1 


3nA-n«3Q_nn 
ouo uooy uu 




PFC CYI"! 1.IJ. n 1 AJJM K / 1 fil./ 
K__ , rAU r WW.U. 1 Urffn , DA, 1 . Uw 


/owe 


m.t 9n_Di nnn i 
DW-^U-K1UUUJ 


A9A1P19fl9 


31 3-1 1 09 -nn 
OiO-llUc UU 




dp<; CYn CTiM-ik' nuM c. / n otj 
KLo, rAU, rlLn. IN Urlrt , O/s r U . oti 


0/ DOO 


TDOn icm fn 
I K^iUJtUllsU 


A9A1P198.3 


3i 3-1 i n3_nn 

OlO 11U0 - UU 




pre ryn cTiM-mf nuM c,°/ n ot./ 


o/bbo 


Toon ifi nfn 
1 KdUJtlUrsU 


A9A1D1 OQA 
ncHlfvL to 1 * 


39i-n.3ifl.~nn 

Oill UOiO UU 




DFQ FYn FTtM-9n Ok' HMM 1°/ n 1 9c;U( TP— Tn 
Kto, rAU, rlLn. -U.UIs Unrl, l/o, U. l_DW r 1 L— 1 U 


1 Q7m 
iy/ui 


^no 3 cnontYifiF 
OUootUiUMJUr 


A2A1R1285 


321-0318-00 




RES,FXD,FILM:20.0K Om,l%,0.125W,TC=TO 


19701 


5033ED2OK00F 


A2A1R1286 


313-1243-00 




RES,FXD,FILM:24K 0HM,5%,0.2W 


80009 


313-1243-00 


A9A1P19ft7 


31 3-1 479_nn 
010 14/ c UU 




pre cvn niM-yi iv ni-w c,<y n 9U 
Kto, rAU, rILH.4. /I\ Unn,o/o t U._w 


3/ DDO 


TDOn IF (\AY1 


AOAI D1 9Q1 


391 -n33/i_nn 

0_1 - U004~UU 




DCC cvn CTIM-9Q AY nWM 1°/ n 1 9RJ TP— Tn 
Kto, rAU, rlLn._y -4N Um, l/o,U. icXm, IL-iU 


u//lb 


pcAn9o>ini c 
tt/^U^y4Ulr 


A9A1 R1 9Q9 


31 1 -ooco^nn 

Oil CcoO UU 




PCC \/flD WnWULi'TDMD nWM on?/ r\ a,l 
Kto, VrtK,INUIiWW. 1 KPlK, IN Unrl , _U7o , U . DW 


1 M40U 


crnc\/T 1 v nww 
. brUbv I 1 l\ Unn 


A9A1D1 9Q3 

rt£Rlt\lccJO 


391 nR3Q nn 
o*ii uooy-uu 




dcc cvn ct) u.q cif' num i°/ n ion,i tp— Tn 
Kto , rAU, r 1 Ln . a . ols Urrl, l/o, U. i_DW, IL-IU 


i Q7m 


end o ervovenne 
oU4otuyNbUUr 


A2A1R1294 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10KO 


A2A1R1295 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A9A1D1 PQfi 
n£nir\l£30 


313-1 ino-nn 




PFQ FYn TTIM-mk' HUM C, / n 9LJ 
KLO, rAU, riLn. 1UN Unrl , D/o , U . C w 


C7CCQ 
0/DuO 


TD9n 1F1 (\XC\ 
I Kt-UOtlUKU 


A9A1P1 ?Q7 


399_30QQ_n.fi 
OCC OCOj UU 




pfc. cvn cTiM.ink' nwM 1°/ n 9U TP— Tn 
Kr_o f rAU, riLn. iun unn, i/o, u._w f f I u 


□/DDO 


ppR9n fyf 1 ni^n 

L-KDcU rAt 1UNU 


AO A 1 R19QQ 


399_397c;_nn 
OCC OCi 1 UU 




pre FYn niM-7 ic.k' ni-w 1 / n 9i./ TP-Tn 
Kto, rAU, riLn. / . ION Urrl, 1a>,U. on, IL-IU 


o/bbo 


PDD9n CVC IV 1 c 

L-KbcU rAt /Mo 


A9A1P19QQ 


31 3-1 994~nn 

010 l_t4 UU 




pfc; cvn criM-oonv ov n ou 
Kto, rAU, riLn. cOJK, o/o, U . 


D/bbo 


TDOmF 99nk' 


A2A1R1300 


303-0470-00 




RES,FXD,CMPSN:47 0HM,5%,1W 


01121 


GB4705 


A2A1R1301 


308-0839-00 




RES,FXD t WW:0.1 0W,5%,1.0W 


75042 


BW-20-R1000J 


A9A1P1 3fi9 


313 lino nn 

010 11U_ UU 




pcc FYn CTiM-if r\iM c; / n o\j 
Kto, rAU, r I Ln. lis. Unn t D7a T U.cri 


C7CCQ 

b/bbo 




AOA1 D1 3fM 
H(1M1K10U4 


313 19/13 nn 

010 1_40 UU 




dcc cvn CTiM.o/tir' nuM cv n ou 
Kto, rAU, rlLn.cHK Urin p o/o ( U.i:w 


ouuuy 




A9A1P1 3nc, 


391 -n9fl.Q-.nf; 

0_1 Ucot UO 




dcc cvn CTiM.in nf nuw n oc°/ n locii tp— to 
Kto, rAU, r 1LI*I. lU.Uls. UrM , U . <iO/o, U. LcDVi, lU-iy 




bUooKtiUNUUL 


AO a i pi one 


091 -031 fl-n3 
ocl UOlo U0 




dfc Fvn CTiM.on nic' nuM n ioc°/ n ioni Tr— to 
Kto, rAU, rlLn: dU.Ul\ Unn, U. ico/o, U. IdDW, 1 L = 1 1 


i»/Ul 


cnQQDroni/nnr 
bujaKLdUMJUL 


A2A1R1307 


313-1472-00 




RES,FXD,FILM:4.7K 0HM,5%,0.2W 


57668 


TR20JE 04K7 


A2A1R1309 


313-1222-00 




RES,FXD,FILM:2.2K 0HM,5%,0.2W 


57668 


TR20JE 02K2 


A9A1 PI 331 

tt£nlr\i OOI 


391 -nRflc,-nn 

0_1 U0O3 UU 




DFC FYn FTIM-3nif' HMM n R¥ n 19C1./ TP-T9 
Kto, rAU, r ILn.OUS Unrl, U. D/o,U. IcDW, I U- 1 C 


1 Q7ni 

iy/ui 


cn3 3dp 3 nfnnn 
OUooKLOUInUUU 


A9A1D1 03? 
r\iLR± ftlOOC 


391 _n3ifl_n3 
OCl uoio uo 




dfc. FYn FUM-on fw nuw n 19c. / n iocli tp— to 
Kto, rAU, riLn. tU.UN Urrl, U. l^D/o,U. LcoVI, \\j-\c 


1 Q7H1 

iy/ui 


c no o dp o nfnnp 
OUooKLdUNUUL 


A9A1P1 333 


31 3_i 7c;i _nn 

010 1/01 UU 




dfc FYn FT!M-7c;n nuM c; / n ou 
Kto, rAU, rlLM. /OU Urrl , o/o , U . 


o/bbo 


TDon ic 7cnc 
IKilUJt /bUt 


A9A1R1 33d 


313-1 1 n3~nn 

010 11UO UU 




DFC FYn FTIM-mf nuM cv n 9U 
Kto, rAU, rlLn. IUn Unn , o/o , U . cvi 


o/bbo 


TDon id ntrt 
I KZUJtlUNU 


A2A1R1351 


313-1202-00 




RES,FXD,FILM:2K 0HM,5%,0.2W 


57668 


TR20JE02K0 


A2A1R1352 


301-0150-00 




RES, FXO, FILM: 15 0m,5%,0.5W 


19701 


5053CX15R00J 


A9A1 pi 3^3 


3m -m c;n~nn 

OUl UlOU UU 




DFC FYn FTIM-1C. nMM C?/ Ci QJ 
Kto, rAU, rlLn. 10 Unn,o/o r U.OW 


i Q7ni 

iy/ui 


cncorvi CDnn i 
OUOoLaIOKUUJ 




313_199?_nn 
OLO 1CCC UU 




RF^ FXD FTIM-? ?K OHM S% n 9U 


Of DuO 


TP9fi.lF VOY.O 


A2A1R1355 


313-1682-00 




RES,FX0,FILM:6.8K 0HM,5%,0.2W 


57668 


TR20JE 06K8 


A2A1R1356 


313-1512-00 




RES,FX0,FILM:5.1K OHM,5%,0.2W 


57668 


TR20JE 5K1 


A2A1R1357 


321-0318-03 




RES,FXD,FILM:20.0K 0HM,0.125%,0.125W,TC=T2 


19701 


5033RC20KOOC 


A2A1R1358 


321-0689-00 




RES,FXD,FILM:24.9K Om,0.5%,0.125W,TC=TO 


19701 


5033RD24K90D 


A2A1R1359 


313-1682-00 




RES,FXD,FILM:6.8K 0HM,5%,0.2W 


57668 


TR20JE 06K8 


A2A1R1370 


321-0363-00 




RES , FXD , FI LM : 59 . OK OhW , 1% , . 1 25W , TC=T0 


07716 


CEAD59001F 


A2A1R1372 


321-0299-00 




RES, FXD, FILM: 12.7K 0HM,1%0.125W,TC=T0 


19701 


5033ED12K70F 


A2A1R1374 


313-1103-00 




RES, FXD, FILM: 10K 0W,5%,0.2W 


57668 


TR20JE10K0 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assartbly No. Mfr. 



Comment No. 


Part No. Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


AOA1 D1 Q7C 




KLo, rAU, rim. cU.UN Um,u. IcO/o, U. LcZm, i d 


1Q701 

13 / Ul 


D\JO Jl\U£.Ul\UVJu. 


A9A1 PI 07Q 


qi u>_l on9_nn 


KLj, rAU, rlLn. C.K Urn , 3/o , U . cW 


□ / DUO 


TR?n.iFfi?Kn 

1 ru£UULU£l\U 


aoaidi jinn 


OlO UlUl uo 


ore cvn fMPQW-lfin DHM W fl 
KLo, rAUfUlrolt . luU Unn,D/o,u.dDW 


Ull£l 


rRini5 


A2A1R1402 


315-0101-03 


RES,FXD,CMPSN:100 OHM,5%0.25W 


01121 


CB1015 


A2A1RT1010 


307-0350-00 


RES, THERMAL. -7. 5 0HM,10%3.9%/DEG C 


80009 


307-0350-00 


Miniivl lulu 


w-074fi-nn 

Ju/ U/tO UU 


□re THFRMAI flhW 10X 7A/T)Ffi C 


15454 


SG200-S 


ntnluuJU 


?fin-iRiip-nn 

LUU lOtCJ UU 


^UTTfH PIISH-nPDT 4A ?5fiVAr 


31918 


NE15/F2U103EE 




IlU 1*+U1 UU 


VFMR TRTGGFR- 1 TNF 1-1 THRU 1 ; RATTfl 

Arrlrx , t r\luOLi\. LI lie , 1 . 1 1 urvflo i\nl 1U 


54937 


DMI 500-2044 


A2A1U1260 


156-1161-00 


M I CR0CKT , L I NEAR : VOLTAGE REGULATOR, P0S, AD J 


12969 


UC317T 


A2A1U1270 


156-0495-00 


M I CROCKT , L I NEAR : 0PNL AMPL 


01295 


LM324N 


A2A1U1281 


156-0158-07 


M I CR0CKT , L I NEAR : DUAL 0PNL AMPL, SCREENED 


01295 


MC1458JG4 


A2A1U1290 


156-1173-00 


M I CROCKT , L I NEAR : VOLTAGE REFERENCE 


04713 


MC1403UDS 


A2A1U1300 


156-0495-00 


M I CROCKT, LI NEAR: 0PNL AMPL 


01295 


LM324N 


A2A1U1330 


156-0872-00 


MICR0CKT, LINEAR: VOLTAGE REGULATOR 


04713 


MC7912CT 


A2A1U1371 


156-0495-00 


M I CROCKT , L I NEAR : 0PN L AMPL 


01295 


LM324N 


A2A1VR1293 


152-0055-00 


SEMIC0ND DVC , DI : ZEN , SI , 1 1 V , 5% , . 4W , D0-7 


14433 


Z5407 


A2A1W251 


175-4585-00 


CA ASSY,SP,ELEC:20,28 AWG.13.0 L 


80009 


175-4585-00 
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2467B 



Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial/Asseibly No. Hfr. 



Ccnponent No. 


Part No. Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


Ao 




PTDrilTT Rn A^Y> TNVFRTFR 
UlKLUl 1 DU Hjj I . InVLtxl Lr\ 










fflVATI ARI F AT THF 677-1 fR7-XX I FVFI ONI Yl 






Aori 090 

AOUlUcU 


?ft^-1 1 Q?-no 
£00 Hoc UU 


rap FYn ppd nT-n nn?? hp ?n / ?S0VAf 


TK0515 


PME271Y510 

r i J^^/ x ■ oxu 


A3C1021 


290-0971-00 


CAP f FXD,ELCTLT:290UF +50-10%,200V 


56289 


39DX1314 


A3C1022 


290-0971-00 


CAP f FXD,ELCTLT:290UF +50-10%, 200V 


56289 


390X1314 


AouIUcO 


toi-u/ / o uu 


TAP FYfl PFD nT*0 01 MP 10°/ 1 00V 
L-rtr, rAU,LL.K Ul . U. UiUr p lU/o, 1UUV 


04222 


MA?0in0^KAA 

[ [r\C- O XV> X vVivin 


A3P1 09R 
AoUlUZO 




pad r/n Fi pti t- 10011P -t-ion-iny 

Lrtr, rAU, LLL 1 L 1 . lUUUr ,+luU lu/o,tlOV 


55680 


IIPA1F101MAH 


AoLlUiiy 


9Q1 no.cn nn 
£Ol -UoOU-UU 


pad ryn ppd ni-ft90PF ^oynr 
LAr r rAU f L'LK Ul .OlSjvv OUVUL. 


04??? 


3A101A8?1,1AA 


AjulUoc 


ooi npi o nn 
dOl Uol£-UU 


rap ryn pfp m-ioonPF my ionu 

Lrtr, rAU, L-Lf\ Ul . lUUUrr , lU/o, J.UUV 


04222 


MA101C102KAA 


A3C1033 


281-0772-00 


CAP,FXD,CER DI:4700PF,10%,100V 


04222 


MA201C472KAA 


A3C1034 


290-0524-00 


CAP , FXD , ELCTLT : 4 . 7UF , 20%, 10V 


05397 


T368A475M010AZ 


AoulUob 




pad cvn pcd OT.yi7noDr in°/ ion\/ 
LAr,rAU r LtK Ul .4/UUrr, lU/o, iUUV 




MA?0ir47?KAA 


a on n/in 
AoulU4U 


ooi n770 nn 


pad ryn pfp ot-o oil if 10 / ion\/ 

LAr ( rAUf LLK Ul .U. UlUr , lu/o, iUUV 


D4??? 


MA?0in03l(AA 


A DPI n<l O 

AoulU4£ 


ooi n770 nn 


pad rvn pfp nt-o oinc io°/ 10A\/ 
LAr,rAU,LtK UKU. UlUr , lU7o, 1UUV 


fM?9? 




AOP1 ftAO 


ooi nooc nn 


pad cvn pfd nT-O'jnnPF in / ioov 
LAr F rAU f LtK Ul .^UUrr, lU7o r 1UUV 


C.UDOL 


401 FM10flAn???K 


A3C1050 


285-1254-00 


CAP, FXD, PLASTIC : . 22UF , 10%, 400WVDC 


56289 


730P0167 


A3C1051 


285-1192-00 


CAP,FXD,PPR 01:0.0022 UF,20% r 250VAC 


TK0515 


PME271Y510 


AOulUO^ 


ooc 1 1 qcuoo 

COD 1130 uu 


PAP FYn PPP OT-0 01 IIP 90°/ ?^(]\} 
L-Mr , rAU, r rr\ Ul . U . UlUr , lU/o f lJUV 


TK051 5 

I IXUO X o 


PMF 265 MB 510 


AoLIUbii 


ooi nocn nn 


pap FYn pfp nT-R90PF ^p/ Rnynp 


04??? 


SA1 01A8/MJAA 

ortiuirvjciunn 


A3P1 flC£ 

AoulUbo 


oqc: 11 nn nn 

coo iiyu-uu 


pad ryn MT! 7n-0 ORR IIP R / 9RO V 

LMr , rAU, H 1 LLU . U. UOD Ur r Dh, c.D\J V 


05292 


PMT3R ADVI3F 


AoulUoo 


OQA n7QO ni 

£iyu U/Od Ul 


PAP FYO FIPTIT-A 71 IP ?(?/ ^RUfT 


55680 


IJVX1V4R7MAA1TD 


A3C1067 


281-0850-00 


CAP,FXD,CER DI:820PF t 5% t 50VDC 


04222 


SA101A821JAA 


A3C1071 


281-0772-00 


CAP r FXD,CER DI:4700PF F 10%,100V 


04222 


MA201C472KAA 


AouiU/d 


9QO-OP,ofi-00 
cyu uouo-uu 


TAP FYD. FlfTIT-^ ^IIP +7^-10°/ ^ROVHr 


55680 


IJHll?V3R3TPA 


AoulU/D 


ooi 07 7 £ ni 
tol U//0-U1 


PAP PYn TFR n T * n IMP pit/ rov 

L»Hr , rAU, ULr\ Ul . U. IUr r c.\J/o, JUV 


04222 


SA105E104MAA 


Aopi ini 
rtoullul 


onn nQA9 nn 

dyu uy4c uu 


tap pyn fi rTiT-ionup +100-10% ?RV 

UHr , rAU, l_LL> ! L 1 .IUUUr F Tj.uv IUA),t.JV 


55680 


UPA1E101MAH 


AO LI 1 U£ 


onn OCM9 nn 

cyu uy4c _ uu 


PAP PVn FIPTIT-100MP +in0-10°/( 


55680 


UPA1E101MAH 


A3C1110 


290-0800-00 


CAP r FXD,ELCTLT:250UF,+100-10% f 20V 


56289 


672D257H020DM5C 


A3C1111 


290-0800-00 


CAP f FXD f ELCTLT:250UF F +100-10% r 20V 


56289 


672D257HO20DM5C 


AOpi 1 1 

ADUllid 


onn o7P.o_oi 
cyu-u/oL ui 


PAP PVn FIPTIT-4 7IIF ?(T/ ^RUflP 

Urtr , rAU, LLU 1 L 1 .*+. / Ur , cU/o, OJVUL 


55680 


IIVX1V4R7MAA1TD 


Aoulllo 


onn n7QD nn 

^yu-u/yo-uu 


PAD FYn FIPTIT-lftOIIF 4-100-10°/ ACM 
UAr , rAU, LLU 1 L I . loUUr ,T1UU lu/o, fUV 




67?ni87H04nnM I Tf 


AOpI 1 1 A 

Aoulll4 


onn norm nn 
CJkj UoUU uu 


PAD fryn FI PTI T-9R0I IF +1 00-1 0°/ 90V 
UAr , rAU, LLU 1 L 1 - c.O\JU~ ,^1UU lU/o, C\JV 


56289 


R7?n?57HO?0DM5T 


AoUlllD 


onn nonn no 

^yu uouu-uu 


PAP FYn FI PTI T-?R0IIF +100-10°/ ?0\! 

UAr , rAU, LLU 1 L 1 .£QUUr,~lUU lU/o,LUV 


56289 


67?D?57H020DM5C 


A3C1116 


290-0798-00 


CAP, FXD, ELCTLT : 180UF , +1 00- 1 0% , 40V 


56289 


672D187H040DM5C 


A3C1120 


290-0939-00 


CAP , FXD , ELCTLT : 10UF , +1 00- 10% , 100V 


56289 


672D106H100CG2C 


a^pi i^o 


dou UOOC? UU 


TAP FXD FICTIT-10IIF +100-10% 100V 


56289 


672D106H100CG2C 


HOUIIOl 


?Qo-oftp.o-no 


CAP FXD FICTIT-10UF +S0-1 0% 160V 


54473 


ECE-A160V10U 


A3PP1099 


1 R9-0S33-00 
lod uooo uu 


^FMirnND nvr dt -su st ssv ?ooma do-35 


07263 


FDH-6012 


asppio9? 

AoUKlUdO 


1R9-01A1-09 

Ijl UlM-i Uc 


ourilUUliU uvUfUl .oW, ol f ouv ,x oui in r ou v , uu jj 


03508 

L/O OVtJ 


DA2527 (1N4152) 


A3CR1028 


152-0141-02 


SEMIC0ND DVC , DI : SW , S I , 30V , 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


A3CR1030 


152-0141-02 


SEMIC0ND DVC , DI : SW , S I , 30V , 150MA , 30V , D0-35 


03508 


DA2527 (1N4152) 


AOUMUOM- 


1R9-01/11-09 


sFMrrnNn nvr dt-sw 30V isoma 30V no-35 

oli uuuiiu uvu r ui f jw t o i f ju v f iom in , ou v r uu ou 


03508 


DA2527 (1N4152) 


a^pdio^r 

AOUKlUOo 


1 R9-01/11 -09 
1 j£-UlHl _ U£ 


sFMTPpjNn nup ni-sw si ^om 1 soma ?ov do-^r 

OLTIIUUIiU UW U f Ul . on p Ol r oUV r l OUI in , jy V , UU JJ 


03508 


DA2527 (1N4152) 


A3PP1 0A0 
rtJUi\iU4U 


1 R9-007R-00 
IOC UU/ uu 


sFMTpfiNn nvp m*su rf °°v ^omu no-7 

oLHIUUmU UVU, Ul . on , UL, ll V , OUf In , UU / 


80009 


1 5?-0075-00 

1JL wv' ^ ww 


a^ppioro 

AuuKlUoU 


1 R9-ORR1 -01 
10c UDOl Ul 


SFMTPflNn nVP m-RFPT ST R00V "^A 

oLFIlUUIIU UVU, Ul . t\LU 1,01, UUUV F Ott 


04713 


S R 3523-1RL 


A3CR1060 


152-0040-00 


SEMIC0ND DVC , DI : RECT , S I , 600V , 1A , DO-41 


80009 


152-0040-00 


A3CR1062 


152-0333-00 


SEMIC0ND DVC,DI:SW F SI,55V f 200MA F D0-35 


07263 


FDH-6012 


fiopni ACQ 


1 c*? aqqq on 


QFMTPnNn nup m-su st rrw 90ama fyi-^r 

oLHlUUIlU UVU, Ul - oW , ol , POV , tUUPIn, UU Oj 




FnH-601 ? 
run uuifi 


AoLKlUb4 


1 co nQQQ nn 
lOd-Uodo-UU 


sFMTPnNn n\/p m-su st rrw 90oma rm-^R 

oLFIlUUnU UVU, Ul . oW , Ol , oPV , C\i\ivv\, UU OJ 




FDH-R01 ? 
run uuit. 


A3CR1065 


152-0333-00 


SEMIC0ND DVC , DI : SW , S I , 55V , 200MA , D0-35 


07263 


FDH-6012 


A3CR1070 


152-0040-00 


SEMIC0ND DVC , DI : RECT , S I , 600V , 1A , DO-41 


80009 


152-0040-00 


A3CR1072 


152-0066-00 


SEMIC0ND DVC,DI :RECT,SI ,400V, 1A, 00-41 


05828 


GP106-020 


A3CR1101 


152-0400-00 


SEMIC0ND OVC , DI : RECT , S I , 400 V , 1 A 


04713 


SR1977KRL 


A3CR1102 


152-0400-00 


SEMIC0ND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1103 


152-0400-00 


SEMIC0ND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1104 


152-0400-00 


SEMIC0ND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1105 


152-0400-00 


SEMIC0ND DVC , DI : RECT .SI, 400V , 1A 


04713 


SR1977KRL 


A3CR1106 


152-0400-00 


SEMIC0ND DVC , DI : RECT , S I , 400V , 1A 


04713 


SR1977KRL 
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Z465B/2467B Service 





Tektronix 


Serial /Assorts! y No. 




Mfr. 




Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A3CR1110 


152-0794-00 




SEMICOND DVC,DI:RECT,SI,10A,30V,T0-220 


81483 


95-4269 


A3CR1113 


152-0946-00 




SEMIC0ND DVc[DI:RECT,Sl!40V,3.0A 


80009 


152-0946-00 


A3CR1114 


156-0946-00 




MICR0CKT,DGTL:M0S,TV CAMERA SYNC GEN 


80009 


156-0946-00 


A3CR1115 


152-0946-00 




SEMICOND DVC,DI:RECT,SI,40V,3.0A 


80009 


152-0946-00 


A3CR1116 


152-0946-00 




SEMICOND DVC,DI:RECT,SI,40V,3.0A 


80009 


152-0946-00 


A3CR1121 


152-0400-00 




SEMICOND DVC,DI :RECT, SI ,400V, 1A 


04713 


SR1977KRL 


A3CR1122 


152-0400-00 




SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1123 


152-0400-00 




SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1124 


152-0400-00 




SEMICOND DVC,DI:RECT,SI.400V,1A 


04713 


SR1977KRL 


A3CR1131 


152-0400-00 




SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3CR1132 


152-0400-00 




SEMICOND DVC,DI:RECT,SI,400V,1A 


04713 


SR1977KRL 


A3F1101 


159-0255-00 




FUSE , CARTRI DGE : FAST BLOW, 4A, 125V 


80009 


159-0255-00 


A3F1102 


159-0059-00 




FUSE, WIRE LEAD:5A,125V 


71400 


A5 


A3J301 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 








(QUANTITY OF 3) 






A3J302 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 








(QUANTITY OF 3) 






A3L1110 


108-0554-00 




COIL , RF: FIXED , 5UH , +/-20% 


TK1345 


108-0554-00 


A3L1113 


108-1144-00 




C0IL,RF:FIXED,27 UH,20% 


34479 


RL1284 


A3L1114 


108-1144-00 




C0IL,RF:FIXED,27 UH,20% 


34479 


RL1284 


A3L1115 


108-1144-00 




COIL, RF: FIXED, 27 UH,20% 


34479 


RL1284 


A3L1116 


108-1144-00 




C0IL,RF:FIXED,27 UH,20% 


34479 


RL1284 


A3Q1021 


151-0301-00 




TRANSISTOR:PNP,SI J0-18 


80009 


151-0301-00 


A3Q1022 


151-0192-00 




TRANS I STOR : NPN , SI , TO-92 


04713 


SPS8801 


A3Q1029 


151-0254-00 




TRANS I STOR : DARL INGTON , NPN , S I ,625MW,TO-92 


03508 


X38L3118 


A3Q1030 


151-0301-00 




TRANSISTOR: PNP, SI, TO-18 


80009 


151-0301-00 


A3Q1040 


151-0302-00 




TRANSISTOR : NPN, SI, TO-18 


04713 


ST899 


A3Q1050 


151-1152-00 




TRANS I STOR : MOSFE , N-CHANNEL , S I JO-220 


04713 


IRF820 


A3Q1060 


151-1152-00 




TRANS I STOR : MOSFE , N-CHANNEL , S I JO-220 


04713 


IRF820 


A3Q1062 


151-0302-00 




TRANS I STOR : NPN, SI, TO-18 


04713 


ST899 


A3Q1070 


151-1152-00 




TRANS ISTOR : MOSFE, N-CHANNEL , S I , TO-220 


04713 


IRF820 


A3Q1110 


151-0188-00 




TRANSISTOR: PNP, SI, TO-92 


80009 


151-0188-00 


A3R1018 


313-1394-00 




RES, FXD, FILM:390K, 5%,0. 2W 


57668 


TR20JE 390K 


A3R1019 


313-1394-00 




RES , FXD, FI LM:390K, 5%, . 2W 


57668 


TR20JE 390K 


A3R1020 


301-0274-00 




RES,FXD,FILM:270K 0HM,5%,0.5W 


19701 


5O53CX270K0J 


A3R1022 


313-1104-00 




RES, FXD, FILM: 100K OHM,5%,0.2W 


57668 


TR20JE100K 


A3R1023 


313-1122-00 




RES, FXD, FILM: 1.2K OHM,5%,0.2W 


57668 


TR20JE01K2 


A3R1024 


313-1473-00 




RES,FXD,FILM:47K 0HM,5%,0.2W 


57668 


TR20JE 47K 


A3R1025 


313-1302-00 




RES,FXD,FILM:3K 0HM,5%,0.2W 


57668 


TR20JE 03K0 


A3R1027 


321-0431-00 




RES,FXD,FILM:301K OHM,l%,0.125W,TC=T0 


07716 


CEAD30102F 


A3R1028 


321-0481-04 




RES, FXD, FILM: 1M 0HM,0.1%,0.125W,TC=T2 


91637 


CMF55116D10003B 


A3R1029 


313-1152-00 




RES, FXD, FILM: 1.5K 0HM,5%,0.2W 


57668 


TR20JE01K5 


A3R1030 


313-1102-00 




RES, FXD, FILM: IK OHM,5%.0.2W 


57668 


TR20JE01KO 


A3R1031 


313-1334-00 




RES,FXD,FILM:330K 0HM,5%,0.2W 


80009 


313-1334-00 


A3R1032 


321-0335-00 




RES , FXD , FI LM : 30 . 1 K OHM , 1% , . 125W , TC=T0 


57668 


RB14FXE30K1 


A3R1033 


313-1104-00 




RES, FXD, FILM: 100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A3R1034 


313-1102-00 




RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01K0 


A3R1035 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10KO 


A3R1036 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A3R1037 


313-1272-00 




RES, FXD, FILM-? 7K OHM,5%,0.2W 


57668 


TR20JE 02K7 


A3RI040 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10KO 


A3R1041 


313-1471-00 




RES,FXD,FILM:470 0HM,5%,0.2W 


57668 


TR20JE 470E 


A3R1042 


313-1102-00 




RES,FXD,FILM:1K OHM,5%,0.2W 


57668 


TR20JE01K0 


A3R1044 


321-0334-00 




RES , FXD , FI LM : 29 . 4K OHM , 1% , . 1 25W , TC=T0 


07716 


CEAD29401F 


A3R1045 


321-0289-00 




RES,FXD,FILM:10.0K OHM,l%,0.125W,TC=T0 


19701 


5033ED10K0F 


A3R1046 


321-0422-00 




RES , FXD , FI LM : 243K OHM , 1% , . 1 25W , TC=TO 


07716 


CEAD24302F 


A3R1050 


308-0843-00 




RES,FXD,WW:0.2 0HM,5%,1/0W 


91637 


RS1A-90-R2J 


A3R1052 


313-1470-00 




RES, FXD, FILM: 47 0HM,5%,0.2W 


57668 


TR20JE 47E 
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Serial /Assembly No. 




Mfr. 
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Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A5K1U0U 


■31 o 1 nn 




occ cvn ctiu.j17 hum rv n ou 
Kto,rAU t riLrl:4/ Unn r D/<. ( U.<iW 


O/DOo 


iKilUUL 4/L 


nci 

no r\l UD 1 


oio iono nn 




ore rvr\ ettim-oIe' nuM ov n ou 
Kto, rAU, rlLM. tl\ UnM f DA , U . oti 


D/DDC5 


1 KfiUiJtUcNU 




oi *3 1 coo nn 




ncc cvn cti m.c of nuu cv n ot.i 


D/bbts 


TDomc ncj^sj 
iKdUJt UbNo 


A3R1063 


313-1202-00 




RES,FXD,FILM:2K OHM,5%0.2W 


57668 


TR20JE02K0 


A3R1064 


313-1202-00 




RES,FXD,FILM:2K 0HM,5% f 0.2W 


57668 


TR20JE02K0 


HDf\±UOD 


qi c_m c/!_nn 

51D U1D4-UU 




KLo, rAU, rlLM. 1DUK Unr], DA, U. £-DW 


D/ boo 


ll 1 KtDO tlDUt\ 


Aqpi nee 
A5K1U00 


"2iQ i 0{y> nn 
515 ItUt UU 




ore cvn CTiM.of nt-M c°/ n ou 


C7CCQ 

D/ObO 


Toon icn9k , n 


AOD1 flC7 


on i coo nn 
515 loot UU 




DCC ETYn CTI M-K PV piUM fW (\ OU 

Kto , rAU r r j. Ln . o . ol\ Unn , DA , U . oh 


O/bDO 


Toon ic nKl^ft 


fl^Di nco 

A5K1UOO 


oiq 1909 nn 

515 lOjc UU 




dcc cyn ni u-w nwM w n 9U 
Klo, rAU, rlLrl. tl\ Unrf r D/c , U . ott 


0/ boo 


TDon lcn^k'n 

1 KcUdtUtMJ 


A3R1069 


303-0363-00 




RES,FXD,CMPSN:36K 0HM,5%,1W 


01121 


GB3635 


A3R1070 


313-1470-00 




RES, FXO, FILM: 47 0HM,5%,0.2W 


57668 


TR20JE 47E 


AQD1 A71 


31b-U431-0U 




ncc cvn cti u. >ioa auli co/ a on f 
Ktb,rAU,riLM:43U UnM ; o/ ,U.^5W 


1 A7A1 


cnyiopvjionon l 
dU45LA45uKuJ 


AOD1 H70 


OOI AO 1 O AO 




rare cvn CTiM.on ai/ alm a iocv a ioni tp to 


1 A7A1 


c n o o dp o nifTirv 
dU55^£:unUUL 


A0D1 A7C 


010 1 /I70 AA 

013-14/ d-W 




DCC CVn CTI M.A IV AUU C / A 01/ 


5/ boo 


TDOn 1C r\4f7 

IKdUJt U4N/ 


AOD1 1 1 A 

AJK111U 


001 A0 1 A AA 




DCC CVn CTI U.1 Q7I/ ALU 1°/ A 100/ TP— TA 

Ktb,rXL), r 1LH: 1 .o/K Urrl, l/o,U. l£bw, IL=I 


A771 £ 
U//1D 


pc Am 07nnr 
LtAUlo/UUh 


A3R1111 


315-0510-00 




RES,FXD,FILM:51 0HM,5%,0.25W 


19701 


5043CX51R00J 


A3R1112 


321-0271-00 




RES , FXD , FI LM : 6 . 49K OHM , 1% , . 1 25W , TC=T0 


07716 


CEAD64900F 


AOD1 110. 

A5K1115 


ooi no7i nn 




Drc cvn criM.c aciv hum 1°/ n 10a./ TP— Tn 
KC5, rAU, rlLrlrb.4yi\ Urr!, 1A,U. lcDW, il/- 1 u 


H771 C 

u/ / lb 


pcanpyiQnnc 
LtAUD4yUUr 


A5K1114 


ooi n9Q7 nn 
5di-Udy/-uu 




dpc cyn ctim-19 w hmm 1°/ n ioqj tp-th 
Kto, rAU, riLn. 1^ . 1^ Unrl, 1A,U. ItDW, 1 U— 1 u 


U/ /ID 


pcamoi m c 

LtAUltlUlr 


Aoni iic 
A5K111D 


om nom nn 
5U1-U5U1-UU 




dcc cyn CTiM-^nn riNM c°/ n cu 

Ktb, rAU r rll_n.5UU Unn, D/o, U. DW 


i Q7ni 
ly/ui 


cnc^PY^nnDn i 
DUD5LA5UUKUU 


AODI 1 OQ 

A5K1 i^y 


oio i/i 7yi nn 
515 14/4 UU 




ore cyn CTiM-47nt' ni-w w n %i 

Kto, rAU, r lLn.4/UK Unrl, DA, U . OH 


ouuuy 


515~14/4 UU 


A3R1130 


313-1273-00 




RES,FX0,FILM:27K OHM r 5%,0.2W 


57668 


TR20JE 27K 


A3RL1060 


108-0329-00 




C0IL,RF:FIXED,2.4UH 


TK2042 


ORDER BY DESCR 


A5KI 111U 


on7 m o/i nn 




DCC TUCDMfll VtM "iff 3 / MTT 
KL5, i HtKriAL . dK Unrl, lU/a, M IL 


1D4D4 


lULDU^N cc\J lL 


AO CI no A 


ocn non7 ni 




CL/TTfU TUDMCTP-MT ODCM Q7 Q PI 7£ K 1 fifl 
owl I Ln ,l nKrio I L . INU.UrtlN y/.o ( LL /D.b,iUA 


Q?.A'\ n 
y541U 


/ion i C07 
45U 105/ 


A0,T1 fiOfi 
A5 I lUiU 


1 on 19/!/! -fin 
ItU lc44 UU 




I KMlNorUKrlLKfKr .LUnnUli nUUL, 151*81, U. DA 




4uyo 


aqti ncn 
AO 1 1UDU 


i on 1^17 nn 
i<iU-141/-UU 




TDAKfQCnDMCD DC-DTH./CD MTl^W CDCPillCNPV 
1 KAJN5rUK[ v tLK,Kr . rUWtK nlbn rKtUtJtNLT 


C/Q07 

D435/ 


enn 931 1 
DUU £511 


A3T1060 


120-1437-00 




XFMR,PWR,STPDN: 


02113 


C1310 


A3U1029 


156-0885-05 




CPLR , 0PT0ELECTR: LED , 5KV , ISOLATION 


09019 


H11AX1139R 


aoj ri non 
A5U1U5U 


ice i co7 nn 

iDb lt)d/-UU 




MTPDflPkT 1 TWFflD-RTDAI flD DUvl PUD QDI Y PHMT 
MILKULM f LlliLAK.DlrULAK, rWrl rWK brLT LUti 1 


1 9QP.Q 

i^yby 


UL4y4ALI , « 


aoi ii am 

A5U1U4U 


i cc_npoc;_nr 




PPI P PiDTPiCI CPTD-I CR Q^il TC/ll ATTHN 
Lrl_K r Ur 1 UlLLL I K. LC.U, Dt\V , 1 DULAi 1UIN 


nom q 
uyuiy 


W1 1 AY1 1 O.QP 

niiHAiiDyK 


AOI 11 nC9 


1 cc ha 1 1 no 
l0b-U411-U(: 




UTPDnPIT 1 TMCAD-nilAn PnMDADATfiD CPDCCHCf> 

MlUKULRI , L1NLAK.U;UAU LUnrAKAIUK.oLKttNtU 


n^7i ^ 
U4/15 


1 MO.O.Q inc 
Lr!55yJUo 


aoi ii nc/ 
A5U1U04 


IDb U5DD UU 




MTPonpkT rv^Ti -niiAi n ci TP-cinp 

niLKULNI f Uu 1 L. UUAL U rLlr TLUr 


n97^R 


PnAH1 3RC 
LU4U15Dr 


HJU1UUU 


lOU UOdO UU 




MirRnrkT dpti -niiii Mn^ rime rs?TUFR 


U*+/ 10 


MMHfin?RPpi n 


A3U1110 


156-1161-00 




M I CR0CKT , LI NEAR : VOLTAGE REGULATOR, POS.ADJ 


12969 


UC317T 


A3VR1020 


152-0166-00 




SEMIC0ND DVC , DI : ZEN , SI , 6 . 2V , 5%, 400MW , 00-7 


04713 


SZ11738RL 


A3VR1062 


152-0168-00 




SEMIC0ND DVC,DI:ZEN,SI,12V,5%,0.4W,D0-763B 


14552 


TD331689 


A3W1021 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 00 X 0.225 L 


24546 


OMA 07 


A3W1022 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 


24546 


DMA 07 


A3W1050 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 


A3W1060 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 


A3W1102 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 
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A4 


670-9493-02 


DUlUiUu 




CIRCUIT Rfl ASSY-RFADOIIT 






A4C2830 


281-0909-00 






CAP FXD CFR DI-0 022IIF 20% 50V 


54583 


MA12X7R1H223M-T 


A4C2835 


281-0909-00 






CAP FXD CER DI-0 022UF 20% 50V 


54583 


MA12X7R1H223M-T 

1 1T\X (—t\i |\X 1 ICLJI 1 1 


A4C2851 


281-0909-00 






CAP, FXD, CER DI : 0. 022UF, 20%, 50V 


54583 


MA12X7R1H223M-T 

1 u\± L-/\/ l\ll ILLul 1 1 


A4C2855 


281-0909-00 






CAp!fXd!cER DI:0.022Uf!20%|50V 


54583 


MA12X7R1H223M-T 


A4C2860 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2885 


281-0909-00 






CAP, FXD, CER DI :0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 

i inx L_/\i fvxi K— L_ ji i i 


A4C2901 


281-0909-00 






CAP FXD CFR DI-0 0221F ?Cfl 50V 


54583 


MA12X7R1H223M-T 


A4C2911 


281-0773-00 






CAP FXD CER DI-0 01UF 10% 100V 


04222 


MA201C103KAA 


A4C2912 


281-0909-00 






CAP FXD CFR DI-0 022UF 20% 50V 


54583 


MA1 2X7R1 H223M-T 

l lnXbA/ l\XI ICC Jl 1 1 


A4C2913 


281-0909-00 






CAP, FXD, CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2926 


281-0909-00 






CAP,FX0,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2940 


281-0909-00 






CAP FXD CER DI-0 022IIF 20% 50V 


54583 


MA12X7R1H223M-T 


A4C2950 


281-0909-00 






CAP, FXD, CER DI : 0. 022UF, 20%, 50V 


54583 


MA12X7R1H223M-T 

i mxcA/ ivxi iccji i i 


A4C2960 


281-0909-00 






CAP FXD CFR Dl-0 0221IF 20% 50V 


54583 


I tMlcA/ i\inccJl I 1 


A4C2970 


281-0909-00 






CAP FXD CER DI-0 022UF 20% 50V 

j 1 /Ms f \sL.IN \J 1 • L* 4 ULLUI f t_ w/o r J'JV 


54583 


MA12X7R1H223M-T 


A4C2980 


281-0909-00 






CAP, FXD, CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4C2990 


281-0909-00 






CAP, FXD, CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A4R2805 


313-1472-00 






RES,FXD,FILM:4.7K 0hW,5%,0.2W 


57668 


TR20JE 04K7 


A4R2830 


313-1101-00 






RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20.1F100F 


A4R2841 


313-1103-00 






RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A4R2842 


313-1103-00 






RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A4R2843 


313-1472-00 






RES|FXD!FILM:4.7K OHM,5%,0.2W 


57668 


TR20JE 04K7 


A4R2844 


313-1472-00 






RES,FXD,FILM:4.7K OHM,5%,0.2W 


57668 


TR20JE 04K7 


A4R2850 


313-1472-00 






RES FXD FILM-4 7K OHM 5% 2W 

l\UJf 1 Al/fl X U 1 * ~ ■ / IX \J\ ■ 1 | J/Q p \J - 


57668 


TR20JE 04K7 

1 JVC uUL L/^IN* 


A4R2901 


313-1103-00 






RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A4R2902 


313-1103-00 






RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10KO 

1 KLVAJLiul\v 


A4R2903 


321-1296-03 






RES, FXD, FILM: 12. OK OHM,0.25%,0.125W,TC=T2 


07716 


CEAC12001C 


A4R2905 


321-0816-03 






RES,FXD,FILM:5K OKM,0.25%,0.125W,TC=T2 


19701 


5033RC5K000C 


A4R2910 


321-0685-00 






RES,FXD,FILM:30K OHM,0.5%,0.125W,TC=T2 


19701 


5033RC30K00D 


A4R2911 


321-0685-00 






RES, FXD, FILM: 30K 0HM,0.5%,0.125W,TC=T2 


19701 


5033RC30K00D 


A4R2912 


313-1102-00 






RES FXD FILM- IK OHM 5% 2W 

J i 1 AU f I J LI 1 , 1 1\ \J\ n 1 r J/o p V • Cn 


57668 


TR2ME01K0 

i r\c v/JL.uxrsu 


A4R2913 


321-0198-00 






RES , FXD, FILM: 1 . 13K OHM, 1%, 0. 125W, TC=T0 


07716 


CEAD11300F 


A4R2914 


322-3306-00 






RES FXD FILM-15K OHM 1% 2W TC=T0 

1 \l» J p 1 i\\J f 1 L L.I 1 » J. JiX Jl ■ l,X/Qp\/*Cffp f u I w 


57668 


CRR20 FXF 15K0 


A4R2915 


313-1202-00 






RES, FXD, FILM: 2K 0HM,5%,0.2W 


57668 


TR2OJE02KO 


A4R2916 


322-3414-00 






RES, FXD, FILM: 200K OHM, 1%,0.2W,TC=T0 


91637 


CCF50620O02F 


A4R2917 


322-3385-00 






RES FXD FILM-100K OHM 1% ?W TC=T0 


57668 


PRR20 FXF 100K 


A4R2918 


311-2270-00 






RES,VAR,N0NWW:TRMR,10K 0HM,20%,0.5W 


TK1450 


GF06VT 10 K OhM 

J 1 uu ft X U IN vl 1 1 


A4R2919 


321-0756-00 






RES FXD FILM-50K OHM 1% 125W TC=T0 

I\L- J p f f\\J f 1 1 l_l 1 ■ JV/IN wl H If I/O) VtlLJHV| t w 1 u 


24546 


NA5505002F 

IVU JL/Jv ULI 


A4R2920 


313-1334-00 






RES, FXD, FILM :330K 0HM,5%,0.2W 


80009 


31 3-1334-00 

JXJ IJJf 


A4R2921 


322-3297-00 






REs!FXD|FILM:12.1K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 12K1 


A4R2922 


321-0756-00 






RES,FXD,FILM:50K 0HM,1%,0.125W,TC=T0 


24546 


NA55D5002F 


A4R2923 


321-0385-00 






RES FXD FILM- 100K OHM 1% 125W TC=T0 

IM-J | 1 /\LV p 1 1 L.I I ■ X ul H If X/O f v » X C JYI r 1 w 1 U 


19701 


5033FD100K0F 


A4R2924 


322-3414-00 






RFS FXD FIIM-200K OHM 1% ?U TC=T0 




LA* r jVaj c Uuvc f 


A4R2925 


321-0235-02 






RES FXD FILM- 2 74K OHM 5% 125W TC=T? 

l\Lw f 1 t\\J f 1 1 L.I 1 , C • / rIN wl 1 1 r U , J/O r w » X C Jvl | IL Fl 


24546 




A4R2926 


322-3222-00 


B010100 


B010293 


RES FXD FILM-2K OHM 1% 2W Tf=T0 


57668 


ul\ULu FAL C IxUU 


A4R2926 


322-3210-00 


B010294 




RES, FXD, FILM: 1.5K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 1K50 


A4R2927 


322-3318-00 






RES, FXD, FILM: 20K 0HM,1%,0. 2W, TC=T0 


57668 


CRB20 FXE 20K0 


A4R2928 


313-1472-00 






RES,FXD,FILM:4.7K 0HM,5%,0.2W 


57668 


TR20.1F 04K7 


A4R2929 


313-1472-00 






RES,FXD,FILM:4.7K 0HM,5%,0.2W 


57668 


TR20JF 04K7 


A4R2930 


313-1152-00 






REs[fXd|fILM:1.5K OHM^5%!o.2W 


57668 


TR20JE01K5 


A4R2931 


311-2258-00 


B010100 


B010293 


RES , VAR , N0NWW : TRMR , IK 0HM,20%,0.5W 


TK1450 


6F06VT 1 K OHM 


A4R2931 


311-2270-00 


B010294 




RES , VAR , N0NWW : TRMR , 10K OHM , 20%, . 5W 


TK1450 


6F06VT 10 K 0W 


A4R2932 


322-3414-00 






RES, FXD, FILM: 200K 0HM,1%,0.2W,TC=T0 


91637 


CCF50G20002F 


A4R2933 


322-3385-00 






RES , FXD , FI LM : 1 00K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 100K 


A4R2934 


322-3297-00 






RES, FXD, FILM: 12. IK 0m,l%,0.2W,TC=T0 


57668 


CRB20 FXE 12K1 


A4R2940 


313-1102-00 






RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01KO 


A4R2945 


313-1471-00 






RES,FXD,FILM:470 OHM,5%.0.2W 


57668 


TR20JE 470E 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



CcnjDonent No. 


Tektronix 
Part No. 


Serial /Assent! y No. 
Effective Dscont 


Name & Description 


Mfr. 
Code 


Mfr. Part No. 






Q 1 O 1 A~70 nn 

olo-J.4/ c~UU 




RES,FXD,FILM:4.7K OHM,5%,0.2W 


57668 


TR20.1F 04K7 




A/lDOQQt 


q 11 no nn 

DlO llU£. UU 




RES,FXD,FILM:1K OHM,5%,0.2W 


57668 


TR20JF01K0 




a/i 1 e?onn 

M4U(loUU 


ice nci/i nn 
100 U014-UU 




M I CRXKT, DGTL: CMOS, D IFF 4 -CHANNEL MUX 


02735 


m405?RF-98 




A4U2805 


156-0514-00 




M I CR0CKJ, DGTL: CMOS, D IFF 4-CHANNEL MUX 


02735 


CD4052BF-98 




A4U2810 


156-0382-00 




MICR0CKT,DGTL:QUAD 2-INP NAND GATE 


01295 


SN74LS00(N OR 




A /II looon 


1 cc 1101 m 

lob-iiyi-ui 




MICR0CKT,LINEAR:6TFET,DUAL 0PNL AMPL.SCRN 




1JO liC?l ui 




rt/i i loo^n 
A4U(iooU 


1 cc 11 70 nn 
lob-ll/£-UU 




MICRXKT.DGTL 


:DUAL 4 BIT BIN CNTR 




1 Sfi-1 1 77-00 

1JO 11/ C UU 




A At I9Q2C 

A4Uzooo 


1 rc f\A ICi nn 

1DD-U4/9-UU 




MICRXKT.DGTL 


:QUAD 2-INP OR GATE 




loo w/y uu 




A4U£OOU 


lob-Uooo-UU 




MICR0CKT.DGTL 


:DUAL D FLIP-FLOP 


uicz>3 


Oli/ t rLJ/*T 11 Ur\ 


u 


A4U2855 


156-0383-00 




MICRXKT.DGTL 


:QUAD 2-INP NOR GATE 


01295 


SN74LS02 N OR 


J 


A4U2860 


156-0975-00 




MICRXKT.DGTL 


•UNIV SHIFT/STORAGE REGISTER 


34335 


SN74LS299N 




A4Udobo 


1 nc n7nc nn 
lob-U/yb-UU 




MICROCKT.DGTL 


8 STG SHF & STORE BUS RGTR 








A dl I007A 


1 CC 1 1 79 ni 

lob-ll/t-Ul 




MICRXKT.XTL 


DUAL 4 BIT BIN CNTR.SCRN 


Rnnnq 


1 5R-1 1 7?-01 

1DO 11/ C Ul 




A4U£ooU 


i cc n*3QQ nn 
lob-Uooo-UU 




MICR0CKT.DGTL 


DUAL D FLIP-FLOP 






J 


A /II lOQOC 
A4UtiOoD 


i cr. n^Qp. nn 
j. Do woo UU 




MICROCKT.DGTL 


TRIPLE 3-INP NAND GATE 


01295 


<!N74I SIOfN OR 


J) 


A4U2890 


156-0382-00 




MICRXKT.DGTL 


QUAD 2-INP NAND GATE 


01295 


SN74LS00(N OR 


J) 


A4U2900 


156-0386-00 




MICRXKT.DGTL 


TRIPLE 3-INP NAND GATE 


01295 


SN74LS10(N OR 


J) 


A4U<:yUD 


1 e;k 1 7n9 nn 
lob i/Ud UU 




MICRXKT.DGTL 


STTL.10 BIT REGISTER 




AM?QR2inrR 




A Jlf I9Q1 n 

A4UfiyiU 


ice i ccc nn 
100 J.DDD UU 




MICRXKT,LINEAR:D/A CONVERTER 










100 10^4 UU 




IC , MEMORY : NM0S , SRAM ; 2K X 8.150NS; .DIP24.6 


65786 


TYfil 1R-55PC 




M4UtyoU 


1 en icqi no 
lOU lOol \JC 




MICRXKT.DGTL:4096 X 8 EPR0M , PRGM 


80009 


160-1631-0? 

Jl \J\J 1 U\J i. \JC 




A4U2935 


156-0956-00 




M I CRXKT , DGTL : XTAL BFR W/3 STATE OUT 


18324 


N74LS244(N OR 


F) 


A4U2940 


156-1172-00 




M I CRXKT , DGTL : DUAL 4 BIT BIN CNTR 


80009 


156-1172-00 




A4U£iyDU 


1 cc mciR nn 
lob-Uooo-UU 




M I CRXKT , DGTL : DUAL D FLIP-FLOP 


01 

U1CJ3D 


CM74I C74 ft f)R 


j 


A /II lOQRn 


1 cc n7QC nn 
iob-U/yb-UU 




MICRXKT.DGTL 


8 STG SHF & STORE BUS RGTR 


02735 

KJtLJOD 






A4UdduO 


1 cc n^oo nn 
IDb-UooY UU 




MICRXKT.DGTL 


QUAD 2-INP NAND GATE 




SN74LS00(N OR 


J) 


A /ii i9Q7n 
A4U^y/ u 


i c.p. n/ifin nn 
iob-U4ou-uu 




MICRXKT.DGTL 


TTL.QUAD 2-INP AND GATE 


80009 


156-0480-00 




rTTT U£_ JU L/ 


1 ^R-nW-Ofi 

1JU UJUt x/U 




MICRXKT.DGTL 


QUAD 2-INP NAND GATE 


01295 


SN74LS00(N OR 


J) 


A4U2985 


156-0768-01 




MICRXKT.DGTL 


LSTTL,BIDIRECT UNIV SR.SCRN 


01295 


SN74LS194ANP3 




A4U2990 


156-0381-00 




MICRXKT.DGTL 


QUAD 2-INP ECXL OR GATE 


01295 


SN74LS86 N OR 


J 


A4U2995 


156-0651-00 




MICRXKT.DGTL 


8-BIT PRL-OUT SER SHF RGTR 


80009 


156-X51-00 




A4VR2805 


152-0217-00 




SEMIC0ND DVC, DI :ZEN , SI , 8 . 2V, 5%, . 4W, D0-7 


04713 


SZG20 




A4VR2925 


152-0662-00 




SEMI C0ND DVC , D I : ZEN , S I , 5V , 1% , 400MW , D0-7 


04713 


SZG195RL 




A4W411 


175-4581-01 




CA ASSY,SP,ELEC:26,28 AWG.2.25 L, RIBBON 


22526 


ORDER BY DESCR 


A4W2851 


131-0566-00 




BUS, C0NDXT0R: DUMMY RES, 0.094 0D X 0.225 L 


24546 


0MA 07 




A4W2913 


131-0566-00 




BUS, CONDXTOR: DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assaibly No. 




Mfr. 




Conponent No, 


Part No. 


Effective 


Dscont 


Nana & Description 


Code 


Mfr. Part No. 


A5 


670-9052-02 


B010100 


B049999 


CIRCUIT B0 ASSY:DIGITAL CONTROL 


80009 


670-9052-02 


A5BT2570 


146-0049-00 






BATTERY , STORAGE : 3 . 5V , 750MAH 


81855 


LTC-7P 


A5C2010 


290-0943-02 






CAP , FXD , ELCTLT : 47UF , 20% , 25V 


55680 


UVX1E470MAA1TD 


A5C2011 


290-0943-02 






CAP,FXD,ELCTLT:47UF,20%,25V 


55680 


UVX1E470MAA1TD 


A5C2101 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


nXLllu 


(lOi U014 UU 






pad cvn pro nr.inn dc 1 re/ mnw 
LAr, rAU.LtK Ui : 1UU rr.lu/o.lUUV 


njiooo 

weed 


MAlUlAiUlKAA 


A5C2111 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2112 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2113 


290-0943-02 






CAP, FXD, ELCTLT:47UF,20%, 25V 


55680 


UVX1E470MAA1TD 


A5C2160 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%50V 


54583 


MA12X7R1H223M-T 


A5C2220 


281-0909-00 






CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 










pad cvn pcd nT.n nooiic oav zn\i 
LAr.rAU.LtK Ui :u.U£Alr ,"-&»> 50V 


54583 


HA 1 0V701 LMOOU T 

MA1ZX7R1H223M-T 


A5C2230 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2240 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2320 


281-0909-00 






CAP.FXD.CER DI:0.022LF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2321 


285-1301-01 






CAP, FXD.MTLZD: 0.47UF.10%, 50V 


55112 


1850.47K50ABB 


A5C2322 


285-1348-00 






CAP , FXD , MTLZD : . 22UF , 1 0% , 63V 


TK1573 


ORDER BY DESCR 


AT?^n 


coo loui ui 






pad cvn uti 7n.n a^iic uw cnw 
LAr , r aU, n 1 Lii) : U . 4/Ur , 11H , bUV 


CC1 1 

Dbllii 


1 OCA 47l^CAADD 

10oU.4/K.DUAtSb 


A5C2331 


285-1348-00 






CAP,FXD,MTLZD:0.22UF,10%,63V 


TK1573 


ORDER BY DESCR 


A5C2332 


285-1300-01 






CAP, FXD.MTLZDrO. 1UF, 10%, 63V 


55112 


185/0. 1/K/ 63/ ABA 


A5C2333 


285-1300-01 






CAP, FXD, MTLZD : . 1UF, 10%, 63V 


55112 


185/0. 1/K/63/ABA 


A5C2340 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2350 


290-0527-00 






CAP, FXD, ELCTLT : 15UF, 20%, 20V 


05397 


T368B156M020AS 




to± uyuy uu 






pad cvn pcd rtT.rt noonc onv cnt; 


CICQO 

b4boo 


UA1 0V701 UOOOU T 


A5C2360 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2420 


290-0943-02 






CAP , FXD, ELCTLT : 47UF , 20%, 25V 


55680 


UVX1E470MAA1TD 


A5C2421 


285-1300-01 






CAP,FXD,MTLZD:0.1UF,10%,63V 


55112 


185/0. 1/K/63/ABA 


A5C2422 


281-0791-00 






CAP.FXD.CER DI:270PF,10%,100V 


04222 


MA101C271KAA 


A5C2430 


285-1301-01 






CAP, FXD,MTLZD:0.47UF, 10%, 50V 


55112 


1850.47K50ABB 


A5C2431 


ope i ■ZAa-nT) 






PAD FYf> MTI 7n-n 991 IF Iff/ 




UKUtK DI UtoUv 


A5C2432 


285-1348-00 






CAP,FXD,MTLZD:0.22UF,10%,63V 


TK1573 


ORDER BY DESCR 


A5C2450 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2470 


290-0527-00 






CAP, FXD, ELCTLT : 15UF, 20%, 20V 


05397 


T368B156M020AS 


A5C2501 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2510 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 




9ftt-(Y7Q1-fifi 






pad cvn pcd ni.97nDc irw inni; 
CAr,rAU,LtK UI .clWr ,10%, 1UUV 


04222 


MA1Q1C271KAA 


A5C2520 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2521 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2530 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2550 


281-0819-00 






CAP.FXD.CER DI:33 PF,5%,50V 


04222 


GC105A330J 


A5C2551 


281-0816-00 






CAP.FXD.CER DI:82 PF,5%,100V 


04222 


MA106A820JAA 


A5C255? 








PAD cvn PCD nT.A nooi KT 9nv cnw 


54303 


JJA 1 OV7H1 UOOOU T 


A5C2601 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2610 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2620 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2621 


285-1300-01 






CAP, FXD , MTLZD : . 1UF , 10% , 63V 


55112 


185/0. 1/K/63/ABA 


A5C2622 


285-1348-00 






CAP, FXD.MTLZD : . 22UF, 10%, 63V 


TK1573 


ORDER BY DESCR 




COD ±Q\AJ Ui 






pad cvn MTi7n-n nic in / cw 
U\r , rAU, rc I LxU : U . iUr , iu%, bov 


CC1 1 o 


inr /n 1 /CO /ADA 

loo/u. 1/ woo/ AbA 


A5C2631 


285-1348-00 






CAP, FXD, MTLZD: 0.22UF, 10%, 63V 


TK1573 


ORDER BY DESCR 


A5C2632 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54533 


MA12X7R1H223M-T 


A5C264C 


285-1300-01 






CAP,FXD,MTLZD:0.1UF,10%,63V 


55112 


185/0. 1/K/63/ABA 


A5C2650 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2660 


281-0909-00 






CAP.FXD.CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A5C2720 


285-1301-01 






CAP, FXD,MTLZD:0.47UF, 10%,50V 


55112 


1850.47K50ABB 


A5C2721 


285-1348-00 






CAP, FXD.MTLZDrO. 22UF, 10%, 63V 


TK1573 


ORDER BY DESCR 


A5C2730 


285-1348-00 






CAP, FXD, MTLZD : . 22UF, 10%, 63V 


TK1573 


ORDER BY DESCR 


A5C2731 


285-1301-01 






CAP , FXD , MTLZD : . 47 UF , 1 0% , 50V 


55112 


1850.47K50ABB 


A5C2732 


285-1301-01 






CAP , FXD , MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 



REV SEP 1989 



2467B Replaceable Electrical Parts 
2465B/2467B Service 



Component No. 



Tektronix 
Part No. 



Serial /Assembly No. 
Effective Gscont 



Name & Description 



Mfr. 
Code 



Mfr. Part No. 



A5C2733 

A5C2740 

A5C2800 

A5CR2070 

A5CR2071 

A5CR2170 

A5CR2230 
A5CR2231 
A5CR2232 
A5CR2233 
A5CR2370 
A5CR2371 

A5CR2420 
A5CR2610 
A5CR2620 
A5CR2621 
A5CR2622 
A5CR2630 

A5CR2B31 

A5CR2640 

A5CR2770 

A5J251 

A5J500 

A5J501 



A5J503 

A5J651 

A5J652 

A5Q2070 

A5Q2170 

A5Q2270 

A5Q2320 
A5R2001 
A5R2002 
A5R2004 
A5R2005 
A5R2006 

A5R2007 
A5R2010 
A5R2011 
A5R2012 
A5R2013 
A5R2070 

A5R2101 
A5R2102 
A5R2103 
A5R2104 
A5R2110 
A5R2170 

A5R2171 
A5R2172 
A5R2201 
A5R2202 
A5R2203 
A5R2204 

A5R2205 
A5R2206 



285-1301-01 
281-0909-00 
281-0812-00 
152-0141-02 
152-0141-02 
152-0141-02 

152-0141-02 
152-0141-02 
152-0141-02 
152-0141-02 
152-0951-00 
152-0951-00 

152-0141-02 
152-0141-02 
152-0141-02 
152-0141-02 
152-0141-02 
152-0141-02 



CAP,FXD,MTLZD:0.47UF,10%,50V 
CAP,FXD,CER DI:0.022UF,20%,50V 
CAP,FXD,CER DI:1000PF,10%,100V 
SEMIC0ND DVC,DI:SW,SI,30V,150MA,30V,DO-35 
SEMICOND DVC,DI:SW,SI,30V,150MA,30V,DO-35 
SEMICOND DVC,DI:SW,SI,30V,150MA,30V,DO-35 

SEMICOND DVC , DI : SW , S I , 30V , 150MA , 30V , DO-35 
SEMICOND DVCDI :SW, SI , 30V,150MA,30V, DO-35 
SEMICOND DVC r DI:SW r SI r 30V,150MA,30V,DO-35 
SEMICOND DVC, DI : SW, SI , 30V , 150MA, 30V, DO-35 
SEMICOND DVC, DI : SCH0TTKY , SI , 60V , 2 . 25PF 
SEMICOND DVC, DI : SCH0TTKY , SI , 60V , 2 . 25PF 



SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVCDI 
SEMICOND DVC.DI 
SEMICOND DVCDI 
SEMICOND DVCDI; 



SW,SI,30V, 
SW,SI,30V, 
SW,SI,30V, 
SW,SI,30V, 
SW,SI,30V, 
SW,SI,30V, 



150MA, 30V, DO-35 
150MA,30V,DO-35 
150MA,30V, DO-35 
150MA,30V,D0-35 
15OMA,30V,D0-35 
150MA, 30V, DO-35 



55112 
54583 
04222 
03508 
03508 
03508 

03508 
03508 
03508 
03508 
80009 
80009 

03508 
03508 
03508 
03508 
03508 
03508 



1850.47K50ABB 
MA12X7R1H223M-T 
MA101C102KAA 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 

DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
DA2527 (1N4152) 
152-0951-00 
152-0951-00 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 

DA2527 (1N4152) 



152-0141-02 


SEMICOND DVC,DI:SW,SI,30V,150MA,30V,D0-35 


03508 


DA2527 (1N4152) 


152-0141-02 


SEMICOND DVC, DI : SW, SI , 30V , 150MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


152-0951-00 


SEMICOND DVC, DI : SCH0TTKY , SI , 60V , 2 . 25PF 


80009 


152-0951-00 


131-3360-00 


rflNW RPPT FI FP ■ WFAnFD CTD Of\ DTM 


53387 


3592-6002 


131-3364-00 


CONN , RCPT , ELEC : HEADER, STRAIGHT, 34 PI N 


53387 


3594-6002 


131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 




(QUANTITY OF 3) 






131-0608-00 


TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 




(QUANTITY OF 3) 






rnMM dpdt n rr.utrAncD ctd on dtm 
LUINN,KLrl , LLLO. ntAUtK, 1 K,£U riN 


53387 


3592-6002 


131-3360-00 


CONN , RCPT , ELEC : HEADER, STR , 20 PIN 


53387 


3592-6002 


151-0341-00 


TRANS I ST0R : NPN , S I , TO-1 06 


04713 


SPS6919 


151-0342-00 


TRANSIST0R:PNP,SI,T0-92 


07263 


S035928 


151-0342-00 


TRANSIST0R:PNP,SI,T0-92 


07263 


S035928 


151-0341-00 


TRANSISTOR: NPN, SI , T0-106 


04713 


SPS6919 


313-1101-00 


RES t FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 OHM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES,FXD,FILM:100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES,FXD,FILM:100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE100E 


311-2234-00 


RES , VAR , NONUW : TRMR , 5K 0HM,20%,0.5W LINEAR 


TK1450 


GF06UT 5K 


322-3431-00 


RES , FXD, FI LM : 301K OHM, 1% , 0. 2W , TC=T0 


57668 


CRB20 FXE 301K 


322-3289-02 


RES , FXD, FI LM: 10K OHM , . 5% , . 2W, TC=T2 


57668 


CRB 20 DYE 10K0 


322-3289-02 


RES, FXD, FILM: 10K 0HM,0.5%,0.2W,TC=T2 


57668 


CRB 20 DYE 10KO 


313-1512-00 


RES,FXD,FILM:5.1K OHM,5%,0.2W 


57668 


TR20JE 5K1 


313-1101-00 


RES,FXD,FILM:100 OHM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES,FXD,FILM:100 OHM,5%,0.2W 


57668 


TR20JE100E 


313-1101-00 


RES, FXD, FILM: 100 0HM,5%,0.2W 


57668 


TR20JE1OOE 


313-1103-00 


RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


322-3235-00 


RES , FXD , FI LM : 2 . 74K OhW , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 2K74 


313-1102-00 


RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01K0 


313-1102-00 


RES, FXD, FILM: IK OHM,5%,0.2W 


57668 


TR20JE01K0 


313-1103-00 


RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10KO 


313-1103-00 


RES, FXD, FILM: 10K 0HM,5%0.2W 


57668 


TR20JE10K0 


313-1103-00 


RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10KO 
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Tektronix 


Ocrlal/MSStSdJiy wo. 




Mfr. 


Mfr. Part No. 


Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


ACD999A 


31 QI t^OI _AA 




RF°* FVn FTIM-RRO OHM 2W 

f\LO f rAU , rl LI 1 . UOU Ul II f O/o r U . en 


57668 


TR20JE 680E 


AoKceoU 


OCL 0**Oc Ue 




RES FXD FILM- 14 2K OHM 5% 2W,TC=T0 


57668 


CRB 20 DYE 14K2 


A CD99Q 1 


■31 Q_1 1 AO _n.fi 
OlO IlUe UU 




dcc pyn FT 1 M- IK f)HM 5% ?W 


57668 


TR20JE01K0 


A £09930 
AoKeeoe 


Olo 11U_ uu 




RF<? FXD FT! M- 1 K OHM EK 2W 


57668 


TR20JE01K0 


A5R2241 


313-1104-00 




RES,FXD,FILM:100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A5R2242 


313-1104-00 




RES, FXD, FILM: 100K 0HM,5%,0.2W 


57668 


TR20JE100K 


ARDOO/1/1 

ADKec4H 


OlO 11U0~UU 




RFS FXD FTIM-10K OHM 55i 2W 

r\LO r rAU r I i Li i . i ur\ ut ■ 1 1 *j/o t \j i en 


57668 


TR20JE10K0 


AoKeeoU 


qi o_i i n9_nn 




RF<; F^n FTIM-1IC OHM ?W 
i\LO | rAU, r i lit . iix un i f Ofl>( u . en 


57668 


TR20JE01KO 


ADK_eol 


31 q_i i A9_nn 

jIj Hue UU 




□re cyn FTIM-1K OHM ^ ?W 

f\LJ r lAU f T 1 Lit . ilN Ul H 1 r O/-0 , U . en 


57668 


TR20JE01K0 


AbKcoUl 


on 1 m3 aa 
olo iiuo uu 




KLO r rAU, r 1 Lr). lurs um f J/o r U.eW 


57668 


TR20JE10K0 


A5R2302 


313-1103-00 




RES, FXD, FILM: 10K 0HM,S%,0.2W 


57668 


TR20JE10K0 


A5R2303 


313-1103-00 




RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 


AoKeOu4 


olo llUo UU 




RFS FYn FTIM-lfltC flHM S°/ ?U 


57668 


TR20JE10K0 


AoKeoUo 


31311 n^-nn 
OlO iiuo UU 




PF<! FXD FTIM-lflK OHM S5i ?W 


57668 


TR20JE10KO 


ACD9QAG 

AoKeoUo 


OlO 11UO UU 




BFC FXI1 FTIM-10K (Ml S / ?U 

l\LJ ( TAU , r 1 LI" . IUiN Ul B l r O/o, U . Lff 


57668 


TR20JE10K0 


AE;D939A 

ADKcocu 


31 3-1 ?A.3-nn 

OlO leUO UU 




RFS FXD FTIM-20K OHM 5% 2W 


57668 


TR20JE20K 


A5R2330 


322-3360-02 




RES,FXD,FILM:54.9K OHM,0.5%,0.2W,TC=T2 


57668 


CRB20 DYE 54K9 


A5R2331 


322-3235-00 




RES , FXD, FI LM : 2 . 74K OHM , 1% , . 2W, TC=T0 


57668 


CRB20 FXE 2K74 


ADKeoOe 


399_3iq3_aa 

Ocl OicJO UU 




RES,FXD,FILM:1K OHM,l%,0.2W,TC=T0 


57668 


CRB20 FXE 1K00 


rtoKtOOo 


Ode OeOO UU 




RES,FXD,FILM:2.74K OHM, 1%,0.2W,TC=T0 


57668 


CRB20 FXE 2K74 


ACD933A 
Aor\eoo4 


399-3iQ3-nn 

Oec 0130 UU 




acre FXD FTIM-1K OHM 1% 2W TC=T0 


57668 


CRB20 FXE 1K0O 


AED93>1A. 
AoKeo4U 


313-1 m3-nn 

OlO IIUO UU 




RFS FXD FTIM-10K OHM 5°/» 2W 


57668 


TR20JE10KO 


A5R2341 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR2OJE10K0 


A5R2342 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


AoK_o4o 


QI Q 1 1 A>I AA 

olo-IiU4-Uu 




BF<; FYn FTIM-mfK OHM ^% ?w 


57668 


TR20JE100K 


A5Keo44 


Q 1 Q 1 1 HA AA 

olo-iiU4-UU 




PFQ FXn FTIM-mOK OHM "tX ?W 


57668 


TR20JE100K 


AoK_o4b 


Q1 Q 11 HO AA 




»F<! FYn FTIM-1K OHM (1 7W 
KLj , rAu, r ILri. ilx unn, u . tw 


57668 


TR20JE01K0 


AbK£o4b 


QI Q 1 i no AA 

oio-llUo _ UU 




BF"? FYn FTIM-10K flHM ?U 
t\CD , tau, r l Ll*i. lutN urn i , j/o , u . 


57668 


TR20JE10K0 


A5R2370 


313-1102-00 




RES, FXD, FILM: IK OHM,5%.0.2W 


57668 


TR2OJE01K0 


A5R2401 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10KD 




Olo llUo UU 




RFS FXn FTIM-10K OHM S% ?W 

r\L.O , rAU, r 1 LITi 1UI\ Ul 1 1, U/a, u . en 


57668 


TR20JE10K0 


ACD9,1A3 

AbK£4uo 


qi Q-1 1 a3_aa 

OlO IIUO UU 




RF^ FXD FTlM-1flK 0H*1 S% ?W 
rvLO , rAU f r 1 lpi • i uiv. ui ri , o/o , u . en 


57668 


TR20JE10K0 


A CD 94071 
ADKc4U4 


qi q_i i n3-nn 

Olo llUo UU 




rfc FXD FTIM-10K OHM S% 2W 

l\LJ , rAU, 1 1 LI 1 • -L wtN Ul 1 1 f -JrO , w • en 


57668 


TR20JE10K0 


A CD OA nc 
ADK_4UD 


QI Q_1 1 A/1_An 
OlO 11U4 UU 




RF^ FXD FTIM-100K Ol-W S% 2W 
i\LO , rAt/f r i Lri ■ i uur\ ui 1*1 , o/o , u.lh 


57668 


TR20JE100K 


A5R2406 


313-1104-00 




RES,FXD r FILM:100K OHM,5%,0.2W 


57668 


TR20JE100K 


A5R2407 


313-1103-00 




RES,FXD,FILM:10K OHM r 5%,0.2W 


57668 


TR20JE10K0 


ACDOjIAQ 
HDKe4Uo 


QI Q_1 1 n3-fifl 
OlO 11UO UU 




RF? FXD FIIM-10K OHM 5% 2W 

I\LO , rAU , r i Lri . j. ui\ mil, •j/o , w • e n 


57668 


TR20JE10K0 




31 3-i i n3-ftn 

OlO 11UO UU 




RFS FXD FII M-10K OHM 5% 2W 

f\e,ij ■ 1 AU ■ 1 1 LI f * lul\ \Jl ■ l,wOf w*L*n 


57668 


TR20JE10K0 


rwf\_41U 


31 3-1 1 n_.-n.fi 

OlO 11U*+ UU 




RFS FXD FTLM-100K OHM 5% 2W 

f\L«J , 1 AU, 1 J. LI I • A wul\ Wl I 1, ^J/O , u> t_ f l 


57668 


TR20JE100K 


ADKe41 i 


313-1 1 0.3-O.n 
OlO 11UO UU 




RFS FXD FTI M-10K OHM 5X 2W 

[\LJ , 1 AU , 1 I Lll< iUrv w\ I 1 , \JfOt U-Ln 


57668 


TR20JE10K0 


A5R2412 


313-1104-00 




RES r FXD,FILM:100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A5R2413 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%0.2W 


57668 


TR20JE10K0 


AbKd414 


313 1 1 A3 nn 

OlO IIUO UU 




RF^ FYn FTIM-10K OHM R / fl ?W 

r\LO , (AU, r 1 LTI. IUin Um „ O/o , U . en 


57668 


TR2OJE10K0 


AbKe4io 


Q 1 Q 1 1 A3 AA 

oio-lluo-uU 




□ cc ryn FTIM-mkf Or*) W D ?U 
KLo , rAU, r l Ln . 1UN unri , o/o , u . en 


57668 


TR20JE1OK0 


ACD9^1 C 

AoKi4ib 


313 1 1 A3 AA 
OlO 11UO UU 




RF^ FYn FTIM'IOK ni-w ^ ?U 

RLO , rAU , r i Lri . 1 UN unrf f O/o , U . en 


57668 


TR20JE10K0 


AbKti41/ 


313 1 1 A3 AA 

olo-llUo-Uu 




r\CO , rAU, r ILri. IUin um t O/o,U.eW 


57668 


TR20JE10K0 


A5R2420 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2421 


322-3300-02 




RES , FXD, FI LM: 13K OHM, . 5%, 0. 2W, TC=T2 


57668 


CRB20 DYE 13K0 


AoR242e' 


___-u48_-02 




BPS FXn FTI M- 14 PIC Dl-M f) S5i ?W Tr=T0 


57668 


CRB 20 DYE 14K2 


AoK£40U 


0,00 39QQ_A9 

OCL o_oy U_ 




RFC FXn FTIM'IOK OhW "5% 2W TC=T2 

[\LO , TAU, r 1 LI I • J.UIN Ul H I , w . kJ/o , w • en , i Vj i t_ 


57668 


CRB 20 DYE 10K0 


A5R2431 


313-1101-00 

J1J IXWl WW 




RES,FXD,FILM:100 0rN,5%,0.2W 


57668 


TR20JE100E 


A5R2432 


322-3325-00 




RES , FXD, FI LM : 23 . 7K OHM , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 23K7 


A5R2433 


322-3289-02 




RES, FXD, FILM: 10K OHM,0.5%,0.2W,TC=T2 


57668 


CRB 20 DYE 10K0 


A5R2434 


322-3289-02 




RES, FXD, FILM: 10K 0HM,0.5%0.2W,TC=T2 


57668 


CRB 20 DYE 10K0 


A5R2440 


313-1104-00 




RES,FXD,FILM:100K OHM,5%,0.2W 


57668 


TR20JE100K 


A5R2441 


313-1104-00 




RES,FXD,FILM:100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A5R2442 


313-1104-00 




RES, FXD, FILM: 100K OHM,5%,0.2W 


57668 


TR20JE100K 


A5R2443 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


T R20JE10KO 



9-30 
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Replaceable Electrical Parts 
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Conponent No. 


Tektronix 
Part No. 


Serial /Assenfrly No. 
Effective Dscont 


Name & Description 


Mfr. 
Code 


Mfr. Part No. 




oi -2_i i n3-nn 
010 nuo uu 




ore cyh CTiM-inf nwM £ / n ?u 
KLj, rAU, ri Ln. lUN Unrl, O/o, U.£W 


C7CCQ 
0/ DUO 


TD9n 1F1 nifTl 
1 KcUJtlUMJ 




31 3-1 cq i _nn 




Dtrc cvr\ cti M-Kfin hum c:°/ n 9U 
Kto, rAU, r 1 Lrl. Doll Unrl r O/o.U.(:W 


0/ Duo 


TDOniF R&nF 
I Ki.UJt DOUt 




3i3-iKRi-nn 

OlO IDOl UU 




Kto, rAU, r ILn. DoU UrTn,o/o,U.iiW 


0/ Duo 


TD9niF KftOF 
1 KtiUJC OOUt 


A5R2500 


313-1331-00 




RES,FXD,FILM:330 0HM,5%,0.2W 


57668 


TR20JE 330E 


A5R2501 


313-1103-00 




RES,FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2502 


313-11 03-00 




RF9 FYD FT! M- TDK flHM 97 9U 
f\lo r tau r r i li i . j. ui\ un 1 , O/o , U . Lft 


■Jf uuo 


TR?aFmKn 

1 I\CUUL1U1\U 


A5R2503 






rf^; Fxn ft! m- 1 nk" ohm n 9u 

fxLO r rAL/ T r 1LPI. lUrS. Unt T l f O/o , U . CW 


57668 




A5R7504 


vi i 03-nn 




PF^ FYn FTIM-imf" OHM c; / n 9U 
r\LO r rAU, r 1 LH. 1UN Unll , O/o f U . lW 


C7CCO 
0/ DUO 


TR9rl1F1 OkTl 
l KtWJtlUNU 


A5R2505 


313-1 103-00 

JIJ UU 




r\co , r au r r i li i . i un um r O/o , U . lW 


57668 


TR90,1F1fllCn 

1 r\cUULlUISU 


A5R2506 


322-3235-00 




RES f FXD , FI LM : 2 . 74K HM , 1% , . 2W f TC=T0 


57668 


CRB20 FXE 2K74 


A5R2510 


313-1103-00 




RES r FXD f FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


rwi\£_01 1 


qi 3_i i n?~nn 

OlO li.\JC UU 




rf^; PYn ftim*iic hi-im n 9U 

r\LO, rAU, rlLM. IN Unrl , JA , U . CVI 


C7CCQ 
0/ DOO 


TppaiFm Kn 

I KcUUtUlKU 


ttoKdolc 


3i3_nn9 nn 
olo HUd UU 




Kto, rAU, rim. lis. UiTl , o/o r U . <iw 


C7CCQ 

o/OOo 


TD9H TFAI V(\ 


rtOHtOlO 


313-1 1 n3-nn 
OlO nuo uu 




DFC FYn FTIM-ink 1 OHM W n 9U 


C7CCQ 


TD9n ifi nk"n 

i K^.UJtlUi\U 


r\Df\CDCV 


399-31 77_09 
occ. oil I \)C 




DPC FYn FTIM-PC1 HUM n Ei / f\ 91./ TP— T9 
Kto , rAU , r 1 Ln . Dol Unn , U . o/o , U . c.vt , 1 L- 1 C 


o/ODo 


PDR 90 nVF KfilF 
LKD OJ UTt Dolt 


A5R2521 


322-3177-02 




RES^FXD.FILMiBSl OHM r 0.5% f 0.2WJC=T2 


57668 


CRB 20 DYE 681E 


A5R2522 


313-1103-00 




RES r FXD,FILM:10K OHM f 5% r 0.2W 


57668 


TR20JE10K0 




OlO lOOO UU 




PFQ FYn FTIM-RPfcf OMM W n 9U 
KLO, rAU, r 1 LH. DON Unrl , O/o f U . lh 


O/ DOO 


TR90.1F Rftk" 
I KLUJt DON 


njr\t 


31 3-1 RR3-fin 

OJ.O lOOO UU 




DFQ FYH FTIM-Rftk" HUM W n 9U 
Kto, rAU, rlLn. DON Unrl, O/o, U . tW 


0/ DOO 


I KcUJt DOK 


nj|\c*jju 


31 cumnfi-nfi 

013 U1UD UU 




DFQ FYH FTIM-inM nuyi ry n 9m J 
Kto, rAU, rlLrl. lUrl Unn r D/o , U . tow 


m 191 

Ulldl 


L-DlUbO 




31 3-1 1 m -on 

OlO 11U1 UU 




DFQ FYn FTiM-mn ni-w r°/ n 9u 

KlO, rAU r rlLn. 1UU Unrl,o/b r U.cW 


C7cco 
D/ DOO 


TD9niFi nnF 

I K£UJtlUUt 


A5R2532 


313-1683-00 




RES, FXD, FILM: 68K 0HM,5%,0.2W 


57668 


TR20JE 68K 


A5R2533 


322-3235-00 




RES,FXD,FILM:2.74K0hW,l%,0.2W, TC=T0 


57668 


CRB20 FXE 2K74 


rtOr\LOO'+ 


399-393^-00 




DFQ FYn FTIM-9 7A\f ni-w 1°/ n 9U Tr-Tn 
Kto, rAU, rlLn. C . / £ h\ UrM, l/o,U . CH f IL-- IU 


C7CCLft 
0/ DDO 


r*DR9n FYF W7A 
LKDcU rAt illx/H 


rwKcOOO 


399_ , 293n;_nn 

OC.C OtOu UU 




DtTC CYn FTIM'9 1AY f\\M 1°/ O 9U TP— TO 

Kto, rAU, r LLn.c . /*fls, Urn, l/o f U. cti, IL--IU 


O/DuO 


PDR9n FYF 9Y7A 
L-KDdU rAt ^K/4 


HOr\£.OOD 


31 3-1 1 03~nn 

OlO HUo UU 




Kto r rAU p r iLH. 1UN. UrTl , o/o , U . tW 


O/ DDO 


TD9R1F1 OliTl 
I KcUJtlUNU 




313 1 in9 no 
010 liu^ UU 




Kto, rAU T rlLrl. ll\ Unrl, o/o, U. 


C7CCQ 
o/DOO 


TD9o irm V(\ 

iKdUJtuiiv.u 


A5R2540 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10KO 


A5R2541 


313-1102-00 




RES, FXD, FILM: IK OFM,5%,0.2W 


57668 


TR20JE01K0 




313 1 1 r\3 nn 

010 11 Uo UU 




dtc rvn rrnu-inif' nusj c°/ n 91./ 
Kto, rAU, rlLn. 1UI\ Um r j/i) f u.tW 


3/ boo 


TD9n in nfn 
IKtUutlUNU 




31 3-1 1 09-On 
010-11U£.-UU 




dcc cvn cti u. i if' nuiM c / n 91.1 
Kto, rAU, rlLn. In Um,OA,U.iiW 


o/bbo 


Toon irm vr\ 
1 KdUJtUlNU 




313 irri nn 

OlO 1001 UU 




Kto , rAU r r 1 LM : boU Unrl , o/o , U . L W 


o/bbc5 


TDon ir conr 
IKiiUJt bout 


ftOftLOtO 


313_1 331 _nn 

OlO lOOi UU 




DPC cvn FT!M'33n r\U9A O 9\./ 
Kto, rAU, r 1 Lrl. OOU Unrl ( o/o,U.tW 


O/ODO 


TD9n if 33nr 

1 KlUJl OOUt 


A5R2560 


313-1222-00 




RES r FXD,FILM:2.2K 0HM,5%,0.2W 


57668 


TR20JE 02K2 


A5R2601 


313-1331-00 




RES,FXD,FILM:330 OHM,5%,0.2W 


57668 


TR20JE 330E 


ROt\cOU£ 


31 3-1 1 n3-nn 

OlO 11UO UU 




Drc rvn rTiM.inf hum c/ n 9U 
Kto, rAU, r I Lrl: lUN. Unn,o/o ( U.£W 


o/bbo 


TD9H 1F1 AVn 


MOi\t.UUO 


31 3-1 m3-nn 

OlO 11UO UU 




dfq rvn FTiM-ink' nMM c; / n 9U 
Kto, rAU, rlLn. 1UN Urrl,o/o,U.£W 


o/bbo 


TD90 1F1 nif'O 
1 KflUJtlUNU 


rlOrxt-UUH 


399-31Q3-00 

occ oiyo uu 




dfc ryn ftim-ii^ onm 1 / n 9ij Tr— to 

Kto, rAU, rlLn. il\ UnH, l/o, U. dW, IL- 1 U 


o/bbo 


rDD9n fyf 1 v nn 
L-KbiiU rAt InUU 


AC.D9C1 n 
nOI\£.ulU 


3i 3-1 1 n3~nn 

010 11U0 uu 




dpc ryn cti m. int' hum qv n 9U 
Kto, rAU, r ILH. lUN unn r D7<> r \j.c.fi 


o/bbo 


TD9n in f\v n 
I KcuJtlUNU 


A5R2611 


313-1104-00 




RES, FXD, FILM: 100K OHM,5%,0.2W 


57668 


TR20JE100K 


A5R2612 


313-1512-00 




RES,FXD,FILM:5.1K 0HM,5%,0.2W 


57668 


TR20JE 5K1 


HOr\£010 


3i3-im3 nn 
010 11U0 uu 




ore rvn cti M-mf nuw i^°/ n 9U 
Kto, rAU, r ILn. !Ut\ Unr1 r o/o f U.dW 


o/bbo 


TDOn 1F1 (\YT\ 
I K^UJtlUNU 


ARR9r39n 


313 11 n3~nn 

010 11U0~UU 




DFQ FYn rTlM-mk' HUM Q 3 / A 9U 
Kto, rAU, r ILn. 1UI\ Unn , o/o , U . cVI 


o/bbo 


TD9o ifi ni^n 

I KilUJtlUrvU 


HoKdOdl 


3T3 1 990 on 




Drc rvn cti m.o ov nuM co/ n oi i 
Kto r rAU,rlLM:d.£l\ Um,o/o,U.dW 


b/ooo 


too a ir noi/o 


ACD9S99 


3i3-imi nn 
oio-iiui UU 




ore rvn rTiu.inn hum c°/ n 9u 
Kto r rAU,rim:luu Unn , o/o , U . 


C7CCQ 

b/boo 


1 KtUJtlUUt 


A5R2623 


313-1222-00 




RES f FXD,FILM:2.2K 0HM,5%,0.2W 


57668 


TR20JE 02K2 


A5R2624 


313-1512-00 




RES,FXD,FILM:5.1K 0HM,5%0.2W 


57668 


TR20JE 5K1 


ARR9fi3n 


399-31 Q3 nn 
olc oiyo uu 




dfq ryn ftim-ii^ nuw 1 / n 91.1 Tr-Tn 
Kto, rAU, hi LM. In Urrl, l/o F U.dW, l L- 1 U 


C7CCQ 


PDR9n rYF 1 fon 
LKbdU rAt InUU 


nOKcOOl 


399-393^_nn 
occ OtOo UU 




dfc ryn ftim-9 iay nuut 1 / n 9u Tr— Tn 
Kto, rAU, r ILn. c . /4N Urrl, l/o,U. £iW f IL- 1 U 


C7CCQ 


PDR9n FYF OY1 A 
LrKDcU hAt ln/4 


A5R2632 


399-31 Q3-00 

JLL Ji Jj vv 




RFS FXD FTIM-1K OHM ]% fl 9W Tr=TD 

f\Lo , tau , r i li i • ±i\ un 1 , I/O F U . til r 1 U 1 u 


57668 


PRR?n fxf iKnn 


A5R2640 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2641 


313-1103-00 




RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2642 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2643 


313-1103-00 




RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2644 


313-1103-00 




RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2645 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2660 


313-1103-00 




RES, FXD, FILM: 10K 0FM,5%,0.2W 


57668 


TR20JE10K0 


A5R2661 


313-1103-00 




RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assaifcly No. 




Hfr. 




Component No. 


Part No. 


Effective 


Dscont 


Name & Description 


Code 


Mfr. Part No. 


A5R2701 


313-1103-00 






RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2702 


313-1103-00 






RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2703 


313-1103-00 






RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2704 


313-1103-00 






RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2705 


313-1103-00 






RES, FXD, FILM: 10K OHM,5%0.2W 


57668 


TR20JE10K0 


A5RZ/06 


313-1103-00 






RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2707 


313-1103-00 






RES,FXD,FILM:10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2708 


313-1103-00 






RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR2OJE10K0 


A5R2709 


313-1103-00 






RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10K0 


A5R2710 


313-1103-00 






RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10KO 


A5R2711 


313-1103-00 






RES, FXD, FILM: 10K OHM,5%,0.2W 


57668 


TR20JE10K0 


ACD071 O 


313-1103-00 






RES, FXD, FILM: 10K 0HM,5%,0.2W 


57658 


TR20JE10K0 


A5R2720 


313-1103-00 






RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR20JE10KD 


A5R2721 


313-1203-00 






RES,FXD,FILM:20K OHM,5%,0.2W 


57668 


TR20JE20K 


A5R2730 


313-1203-00 






RES,FXD,FILM:20K OHM,5%,0.2W 


57668 


TR20JE20K 


A5R2731 


315-0107-00 






RES, FXD, FILM: 100M 0HM,5%,0.25W 


01121 


CB1075 


A5R2732 


315-0107-00 






RES,FXD,FILM:100M 0HM,5%,0.25W 


01121 


CB1075 


Acno"?oo 
AbK2/33 


too ooic f\r\ 

322-3235-00 






RES , FXD, FI LM : 2 . 74K OHM , 1% , . 2W , TC=T0 


57668 


i-»nn/\rt I - */ r- A 

CRB20 FXE 2K74 


A5R2734 


313-1102-00 






RES, FXD, FILM: IK OHM,5%0.2W 


57668 


TR20JE01K0 


A5R2735 


313-1102-00 






RES, FXD, FILM: IK OHM,5X,0.2W 


57668 


TR20JE01K0 


A5R2740 


322-3193-00 






RES, FXD, FILM: IK OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 1K00 


A5R2741 


313-1101-00 






RES, FXD, FILM: 100 OHM,5%,0.2W 


57668 


TR20JE100E 


A5R2742 


313-1103-00 






RES, FXD, FILM: 10K 0HM,5%,0.2W 


57668 


TR20JE10K0 


A5R2770 


313-1103-00 






RES,FXD,FILM:10K OHM,5%,0.2W 


57668 


TR2OJE1OK0 


A5TP2070 


131-0608-00 






TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A5TP2420 


131-0608-00 






TERMINAL, PIN: 0.365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A5TP2421 


131-0608-00 






TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A5TP2701 


131-0608-00 






TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A5U2101 


156-1589-00 






MICRXKT, LINEAR:D/A C0NV.12 BIT,HS,M0N0 


06665 


DAC312FR 


A5U2140 


156-1342-01 






MICR0CKT,DGTL:NM0S,MPU, 8-BIT W/CLK 


04713 


SC67127P 


A5U2160 


160-5370-04 


B010100 


B010599 


MICR0CKT,DGTL:65536 X 8 EPROM.PRGM 


80009 


160-5370-04 


A5U2160 


160-5370-08 


8010600 


B010776 


MICRXKT, DGTL: 65536 X 8 EPROM,PRGM 


80009 


160-5370-08 


A5U2160 


160-5370-09 


B010777 




MICROCKT , DGTL : 65536 X 8 EPROM.PRGM 


80009 


160-5370-09 










(NOT PART OF CIRCUIT BOARD) 






A5U2201 


156-0865-00 






MICROCKT, DGTL: OCTAL D FF W/CLR 


80009 


156-0865-00 


A5U2210 


156-0391-00 






MICROCKT , DGTL : LSTTL , HEX D TYPE FF W/CLEAR 


04713 


74LS174(N OR J) 


A5U2220 


156-0956-00 






MICROCKT , DGTL : OCTAL BFR W/3 STATE OUT 


18324 


N74LS244(N OR F) 


A5U2240 


156-2396-00 






MICROCKT, LINEAR:BIPOLAR,MPU RESET GENERATOR 


01295 


TL7705 ACP 


A5U2250 


160-5061-00 






MICROCKT , DGTL : PROGRAMMABLE LOGIC DEVICE 


80009 


160-5061-00 


A5U2260 


160-5371-04 


B010100 


B010599 


MICROCKT, DGTL: 65536 X 8 EPROM.PRGM 


80009 


160-5371-04 


A5U2260 


160-5371-08 


B010600 


B010776 


MICRXKT, DGTL: 65536 X 8 EPROM.PRGM 


80009 


160-5371-08 


A5U2260 


160-5371-09 


B010777 




MICROCKT, DGTL:65536 X 8 EPROM.PRGM 


80009 


160-5371-09 










(NOT PART OF CIRCUIT BOARD) 








i re rtfiiT Art 

156-0865-00 






MICROCKT, DGTL: OCTAL D FF W/CLR 


80009 


156-0865-00 


A5U2310 


156-0865-00 






MICROCKT, DGTL: OCTAL D FF W/CLR 


80009 


156-0865-00 


A5U2350 


156-0956-00 






M I CROCKT , DGTL : OCTAL BFR W/3 STATE OUT 


18324 


N74LS244(N OR F) 


A5U2401 


156-0513-03 






MICROCKT, LI NEAR: CMOS, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 


A5U2410 


156-1486-00 






MI CROCKT, DGTL: CMOS, 8 CHANNEL DATA SEL 


02735 


CD4512BFX 


A5U2420 


156-1200-01 






MICROCKT, LINEAR:BIFET, QUAD OPNL AMPL.SCRN 


80009 


156-1200-01 


Act io >i on 
A51V43U 


156-1/00-01 






MICROCKT, LINEAR:BIFET, QUAD OPNL AMPL.SCRN 


80009 


156-1200-01 


A5U2440 


156-0388-00 






MICROCKT, DGTL: DUAL D FLIP-FLOP 


01295 


SN74LS74 N OR J 


A5U2450 


156-1065-00 






MICROCKT, DGTL: OCTAL D TYPE TRANS LATCHES 


01295 


SN74LS373N 


A5U2460 


156-2473-00 






IC,MEMORY:CM0S,SRAM;8K X 8,200NS,10UA 


TK0961 


UPD4464C-20 


A5U2501 


156-0513-03 






MICROCKT, LINEAR:CMOS, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 


A5U2510 


156-1126-01 






MICROCKT, LI NEAR: VOLTAGE COMPARATOR, SELECTED 


01295 


LM311JG4 


A5U252C 


156-1191-01 






MICROCKT, LINEAR:BIFET, DUAL OPNL AMPL.SCRN 


80009 


156-1191-01 


A5U2521 


156-0513-03 






MICROCKT, LINEAR:CMOS, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 


ASU2530 


156-0513-03 






MICROCKT, LINEAR:CMOS, 8 CHAN ANALOG MUX 


04713 


MC14051BCL 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 




Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A5U2540 


1 sfi-i 7??-on 




nlutULM , Uu 1 L . r 1 1 L,ntA 1IVVLKIEK 


flZ.71 3 

u't/ io 


ML/ 4rU4lilU 


A5U2550 


156-0469-00 




MTrROTKT DfiTI -VI TNF TD fi-l TNF nFmnFR 




"sN74l Q 1 3ftN 
jIV/ tLoIOOIi 


A5U2601 


156-0513-03 




MTrRflTKT 1 TNFARTMfTC R THAN ANAI 0G MUX 




ITU 1 DL. L 


A5U2620 


156-1200-01 




MICROCKT,LINEAR:BIFET,QUAD 0PNL AMPL.SCRN 


80009 


156-1200-01 


A5U2S30 


156-1200-01 




MICR0CKT, LINEAR:BIFET r QUAD OPNL AMPL.SCRN 


80009 


156-1200-01 


A5U2640 


156-0895-00 




MirROTKT DGTI -14-RIT RTNARY COIINTFR 

1 1 A VI 1 f LAJ IL.1t Ul 1 Ul 1 1TU\ 1 V^wwll i L.l\ 


04713 


MT1 40?f1RTI 


A5U2650 


156-0804-02 




HICR0CKT DGTL-OIIADRIIPI F S-R 1 ATrH 

Iiiw4\wvi\,i , laj 1 1_ . v^urVL/rvur J r\ Lniu I 


01295 




A5U2660 


156-1026-00 




MICR0CKT,DGTL:4 LINE TO 1 LINE DECODER 


18324 


74LS154N 


A5VR2420 


152-0278-00 




SEMIC0ND DVC,DI:ZEN,SI,3V,5%,0.4W,DO-7 


80009 


152-0278-00 


A5W511 


174-0002-00 




CA ASSY,SP,ELEC:26,28 AWG,2.0 L 


80009 


174-0002-00 


A5W512 


174-0001-00 




CA ASSY,SP,ELEC:34,28 AWG.2.0 L 


80009 


174-0001-00 


A5W2070 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 


A5W2540 


131-1817-01 




BUS, CONDUCTOR: 22 AWG,2.0 TO 2.125 SPACING 


TK1492 


ORDER BY DESCR 


A5W2610 


131-1817-01 




BUS, CONDUCTOR: 22 AWG.2.0 TO 2.125 SPACING 


TK1492 


ORDER BY DESCR 


A5W2701 


131-0566-00 




BUS, CONDUCTOR: DUMMY RES, 0.094 0D X 0.225 L 


24546 


OMA 07 


A5Y2540 


158-0248-01 




XTAL UNIT, QTZ: 10. O0OMHZ, 0.01% SER RESONANT 


14301 


011-669-02923 



REV SEP 1989 



9-33 



2467B Replaceable Electrical Parts 
2465B/2467B Service 





1 KM. I mi I a. 


Serial /Assart)! y No. 




Mfr. 


Hfr. Part No. 


Ccnuonent No. 


Part No. 


Effective 


Dscont 


Name & Description 


Code 


AR 


K71 -nqfi'i-nn 

D/ 1 UU 


B0500UU 




CIRCUIT B0 ASSY:CONTROL/READ0UT/BUFER 


80009 


671-0965-00 


nOL-.lU.LU 


£.<7U JUUO uu 






CAP FXD ELCTLT-15UF 25V 


56289 


293D156X0025D2T 


HOUilUil 








CAP FXD ELCTLT-15UF 25V 


56289 


293D156X0025D2T 


HOO-llUi 


LOJ JUJO uu 






CAP FXD CER DI-0 1UF 50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2110 


283-5188-00 






CAP.FXD.CER DI:100PF,5%,100V 


04222 


12061A101J1T050R 


A5C2111 


283-5098-00 






CAP,FXD,CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 




CjU UjtO ML 






CAP FXD ELCTLT-47UF 20% 25V 


55680 


UVX1E470MAA1TD 


MjL.cJ.OU 


duo jUjO UU 






CAP FXn CFR DT-0 1IJF 50WVDC 


TK2282 


W1206Z104Z2B04 




lOj JwO UU 






CAP FXD CFR DT-0 11 IF 50WVDC 


TK2282 


W1206Z104Z2B04 


ART9991 


too Duyo uu 






TAP FXD PFR m*0 1 1JF SGWDC 


TK2282 


W1206Z104Z2B04 


A5C2222 


283-5098-00 






CAP,FXD,CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2230 


283-5098-00 






CAP,FXD,CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A^rp^An 

RO^ct-^+U 


COO JVJoO uu 






CAP FXD CER DI'O 1UF 50WVDC 


TK2282 


W1206Z104Z2B04 




duo JUJO uu 






CAP FXD CER DI-0 1UF 50WVDC 


TK2282 


W1206Z104Z2B04 


mO\jL\'LOU 


COO O\jou UU 






CAP FXD CER DI-0 1UF 50WVDC 


TK2282 


W1206Z104Z2B04 


ttOVLOLM 


C.OJ 1JU1 uj. 






CAP , FXD , MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 


A5C2322 


283-5114-00 






CAp|fXd!cER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


Wl 206X1 04K2B04 


A5C2323 


283-5114-00 






CAP,FXD,CER DI:0.1UF,10%,5OV,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A ^9-594 








CAP,FXD,CER DI:0.01UF,10%,50V 


14674 


12065C103KAT060R 




too JUUO UU 






CAP FXD CER DI-0 01UF 10% 50V 


14674 


12065C103KAT060R 


A^r?^n 


lOJ IJUl UJ. 






CAP , FXD , MTLZD : . 47UF , 1 0% , 50V 


55112 


1850.47K50ABB 


ROvdjjJ. 


£.3U Uj*rO UL. 






CAP FXD ELCTLT-47UF 20% 25V 


55680 


UVX1E470MAA1TD 


A5C2332 


283-5114-00 






CAP,FXD,CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2333 


283-5114-00 






CAP,FXD,CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


Wl 206X1 04K2B04 


ACT'99Cn 
RDLtlOjU 


dau 0UU3 W 






CAP FXn Finn- 151 IF ?5V 

VyMl p InUf L.L.L' 1 L. 1 ■ X Jul | LJ< 


56289 


293D156X0025D2T 




dOo ouyo uu 






TAP FXD CFR ni-0 1IIF 50WV0C 

Ottr , r ALfp ULI\ L/l.U.ivJI , JUit Y LA^ 


TK2282 


W1206Z104Z2B04 


ART97p;n 

AjVloOU 


too juyo uu 






rap Fvn pfr m-n 1 1 if snwvnr 


TK2282 


W1206Z104Z2B04 




L.00 OUjO UU 






CAP FXn CFR ni-Q 1UF 50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2420 


290-5009-00 






CAP,FXD,ELCTLT:15UF,25V 


56289 


293D156X002502T 


A5C2421 


283-5114-00 






CAP,FXD,CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


Wl 206X1 04K2B04 




7R-3-51 07-00 
COO DIJi UU 






CAP FXD CFR DI-330PF 5% 100V 


TK2282 


W1206C331J3B05 


ART9.19R 


COO OKJwO UU 






CAP FXD CER DI-0 01UF 10% 50V 


14674 


12065C103KAT060R 


AT"9A?n 


COO IOUJl ux 






CAP FXD MTLZD- Q 47UF 10% 50V 

i p 1 /\L/ pill -_i_L/ • w • t / \Ji p -L u/9 f ^ v v 


55112 


1850.47K50ABB 


H-A/tl*f Jl 


?RVi1 1 4-flfl 

ilOO JllH UU 






CAP, FXD, CER DI : D. 1UF, 10%, 50V ,X7R, 1206 PKG 


TK2282 


W1206X104K2B04 


A5C2432 


283-5114-00 






CAp!fXd!cER DI:0.1UF!l0%, 50V, X7R, 1206 PKG 


TK2282 


W1206X104K2B04 


A5C2433 


283-5114-00 






CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


R3L/£*tjH- 


PRVm 14-flO 

COO jJ.J.'t UU 






CAP, FXD, CER 01:0. 1UF, 10%, 50V, X7R, 1206 PKG 


TK2282 


W1206X104K2B04 


nJLftiHHU 


COO JUDO UU 






CAP, FXD, CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


ART9ARn 
HOvyt. *tjU 


L.OO 3U30 UU 






TAP FXD TFR DI-0 1UF 50WVDC 


TK2282 


W1206Z104Z2B04 


AR^A^I 
MJUiCHjl 


COO jUjO UU 






CAP FXD CFR DI-0 1UF 50WV0C 


TK2282 


W1206Z104Z2B04 


A5C2452 


283-5098-00 






CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2460 


283-5098-00 






CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


AQ^AR^ 
ROLfd-M-UJ 


LOJ jIOO UU 






CAP FXD CFR DI-100PF 5% 100V 


04222 


12061A101J1T050R 


Acp9cni 

AjUcjUI 


coo jUifo UU 






cap Fxn cfr nro hif souvdc 


TK2282 


W1206Z104Z2B04 


ROL-CJlU 


£00 jUju UU 






CAP FXD CFR DI-0 1UF 50WVDC 


TK2282 


W1206Z104Z2B04 




l£w jIj/ UU 






CAP FXD CFR DT-\30PF 5% 100V 

l_-Hr , rAU, OLFV Ul > JJUr r , J/o , ivu< 


TK2282 


W1206C331J3B05 


A5C2520 


283-5098-00 






CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2521 


283-5098-00 






CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


AdCZdju 


£00 JU30 UU 






CAP FXD CFR DI-0 1UF 50WVDC 

V/Mi p 1 AU j uLI\ Ul i »■ IUI p JWT1 » Ln_j 


TK2282 


W1206Z104Z2B04 




LOJ DUjO UU 






CAP FXD CER DI • 1UF 50WVDC 

| 1 AU T uLI\ 1/1 i V' 1 vl p*_F\/fIV L/v 


TK2282 


W1206Z104Z2B04 


A5C2542 


283-5114-00 


B050000 


B050198 


CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2542 


283-5098-00 


B050199 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2550 


283-5098-00 






CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2610 


283-5098-00 






CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2621 


283-5114-00 






CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2622 


283-5114-00 






CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1205X104K2B04 


A5C2623 


283-5114-00 






CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKG 


TK2282 


W1206X104K2B04 


A5C2629 


283-5098-00 






CAP.FXD.CER DI;0.1UF.50WVDC 


TK2282 


W1205Z104Z2B04 
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REV SEP 1989 



2467B 



Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 




Ccnponent No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


acpocop 


000 C 1 1 d nn 

coo-bl 14-00 




n a hi run orn r»T n 1 1 jj - 1 no/ rm/ v*?n i one ni/n 

CAP,FXD,CER DI :0.1UF,10%,50V,X7R, 1206 PKG 


Tt/OOOO 


i n onevi r\A\/our\A 
W1<:UoXIu4nzdU4 


Acnoeoi 


<:oo-bI14-0U 




n h n rvn n rrn m n 1 1 ip 1 no/ cm/ V7n i one DVf* 

CAP.FXD.CER 01:0. 1UF, 10%, 50V, X7R, 1206 FK.U 


TVOOOO 


I f1 OnCV1 f\AVOUf\A 


acpocoo 
AOU^DOc 


9QQ CTl 1 y| nn 

doo-bll4-UU 




PAn rvn pen PiT.n 1 1 ic 1 no/ enw V7D 1 one Ofp 
LAP,FXD,LtK ul :U.lUr,lUft,5UV,X/K,12Ub Hsfa 


Tl^OOQQ 

1 f-Zcoi. 


i n onevi n/iir'ODnd 
W 1 c. Uda i U4fsz bU4 


A5C2633 


283-5003-00 




CAP,FXD,CER DI:0.01UF,10%50V 


14674 


12065C103KAT060R 


A5C2634 


283-5003-00 




CAP,FXD,CER DI:0.01UF,10%,50V 


14674 


12065C103KAT060R 




C.OO ouyo uu 




pad rvn pfd m - n imc cm.fvnr 
LAr r r AU p LLK Ul .U. lUr ,3UWVUL 


Tk"?OQO 


WltUDt.lU4 I icuU i f 




?QO,_c,nQQ_nn 

LOO OlOO UU 




pad rvn pcd m«n inr cnuvnp 
LAr, rAU, L.C.K Ul . U. lUr , 3UWVUU 


1 Kccol 










pad rvn pcd m.n iiir cm./\/nr 
LAr r rAU r LtK Ul : U. lUr r bUWVLJL 


TYOOQ.O 
1 KCCOC 


ui onc7i n/i70Dn/i 
WitUDi.lU4i.tDU4 




tOD 10U1 Ul 




pad cvn UTi7n.n a~?\\c irw env 
LAr , r AU , n I Llu . U . 4/ Ur , 1 Ufa , bUV 


C.C1 1 O 


1ft™ ^7l('C.nARD 

1 C50U . 4 / NDUAdd 


A5C2721 


283-5114-00 




CAP,FXD,CER DI:0.1UF,10% f 50V,X7R F 1206 PKG 


TK2282 


W1206X104K2B04 


A5C2722 


283-5114-00 




CAP, FXD.CER OI:0.1UF f 10% ( 50V [ X7R,1206 PKG 


TK2282 


W1206X104K2B04 


ACP97?.n 


ooo ci i a nn 




pa n pvn pen ht n 1 1 ip 1 rv>/ cm/ v*7n 1 one nu'p 

CAP,FXD,CtR DI :0. 1UF,10%,50V,X/R, 1206 PKb 


Tt/OOOO 

I K.2282 


1 11 OnCV1 HiAVODfSA 

W1^Uda1U4I^dU4 


ACPO70 1 


285-1301-01 




pin n/pi "7i*\ n /ii ii~ 1 no/ row 

CAP , FXD , MTLZD : . 47UF , 10% , 50V 


55112 


1 oro infrnAnn 

1850.47K50ABB 


ACP9700 


285-1301-01 




n a n i — \j r\ uti -7r\ n rt~Tiir~ i no/ rnii 

CAP , FXD , MTLZD : . 47UF , 1 0% , 50V 


55112 


1 orn a ii/rAAnn 

1850.47K50ABB 


A CP970 


285-1301-01 




nn n i— v/ n i »t i 7rt n ir ^ no/ mi ( 

CAP , FXD, MTLZD : . 47 UF , I 0% , 50V 


55112 


1 opn /m/rrt*nn 

1850.47K50ABB 


A5C2734 


283-5114-00 




CAP,FXD,CER DI:0.lUF,lO%,50V,X7R,l206 PKG 


TK2282 


W1206X104K2B04 


A5C2820 


283-5098-00 




CAP.FXD.CER DI:0.lUF,50WVDC 


TK2282 


W1206Z104Z2B04 


ACP9Q91 


ooo cnno nn 
doo-bUyo-OO 




A,n n/n pen r\T n iitr cm iwr\p 
CAP,FXD,CLR DI:0.1UF,50WVX 


TU'OOOO 

1K2282 


W120dZ1U4Z2dU4 


A cpocon 


oqo cnno nn 




pAn cvn pm nt.n 1 1 tc uniA/rv 
LAP,rXL),LtK Ui : U. 1UF ,5UWVLL 


Tt'OOOO 


i /1 oncT 1 n a Toon^ 
W12UbilU4Z2BU4 


ACPOQQ 1 


ooo cnno nn 

Zoo-buyy-oo 




pi*n n/n pm m.n iiir" cm n/np 
LAP,FXD,LtK UI:U.lUF r 50WVDL 


IK2282 


1 f1 0/1C71 A/1TODP/ 

W120faZlU4Z2DU4 


ACpopoc 
AbLiiOOb 


ooo cnno nn 




pad cvn pen nT.n 1 1 ic cm H/rv 
CAP,rXU,LLK Ul :u. lUr ,5uwvLX, 


Tl/OOOO 


W12ub/lU4Z2DU4 


A5C2836 


283-5098-00 




CAP,FXD,CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2850 


283-5098-00 




CAP,FXD,CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


acpoqci 


ooo cnno nn 
(lOO-bUyo-OO 




pad cvr\ pcd nT.n 1 1 ic cm n/rv 


TI/'OOOO 


t m onc7i n/i7oon/t 
Wl£UbZiU4i.(:DU4 


ACPOOCC 


oqq cnno nn 




pad cvn pcd nt . n iiir cniA/np 
LAr ( rAU r tLK L)i :0. iuh r oUWVLL 


TV OOOO 


\ n onc7 1 n/i 70Dn/ 
Wlc:Ubi.iU4Zc:DU4 


Acroocn 
AoL^ooU 


ooo cnoo nn 




pad rvn pcd m.n nir cniA/np 
LAr,rAU r LtK Ui :U. lUr ,buWvUL 


TVOOQO 


i.n onc7i n/i70Dn/i 
w 1 <L vol L U4i.iiDU4 


ACP0QC1 

AbLdobl 


ooo cnno nn 




pin pvr> pen nT.n 1 1 ip cm iur\p 
LAP,r-XD,LhK Ul:0.1Uh,bUWVL)L 


Tl/OOOO 


i ji onc7i n/i70Dnyi 
Wl£UoZ104i*;DU4 


A5C2870 


283-5098-00 




CAP r FXD,CER DI:0.1UF r 50WVDC 


TK2282 


W1206Z104Z2B04 


A5C2875 


283-5098-00 




CAP,FXD,CER 0I:0.1UF f 50WVX 


TK2282 


W1206Z104Z2B04 


A CP OOO E 


ooo cnno nn 

283-5098-00 




pn n rvn ppn m n imp '"ni ajp\p 

CAP,FXD,CER DI :0.1UF,50WVDC 


Tl/OOOO 

TK2282 


i n on£7i r\A70or\A 

W1206Z104Z2B04 


ACPOOfin 


ooo cnno 

283-5098-00 




n a n rvn rrn n t n 1 1 ip pm n inn 

CAP,FXD,CER DI:0.lUF,50WVX 


Tl/OOOO 

TK2282 


W1206Z104Z2B04 


A CPOnm 

AoL29ul 


ooo i - aa n nn 

283-5098-00 




CAP,FXD,CER DI:0.1UF,50WVX 


TK2282 


W1206Z104Z2B04 


Acponnc 
Abt^yub 


ooo cwo no 




r 1 a n pvn npn m n imp cai nrnn 

CAP,FXD,CER DI:0.1UF,50WVDC 


Tl/OOOO 

TK2282 


W1206Z104Z2B04 


A5C2911 


283-5003-00 




CAP,FXD,CER DI:0.01UF,10%,50V 


14674 


12065C103KAT060R 


A5C2913 


283-5098-00 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 


A cponoc 


283-5098-00 




n a n m/n prn nr n 1 1 ir mi fi f nn 

CAP.FXD.CER DI :0.1UF,50WVX 


TK2282 


W1206Z104Z2B04 


Acroo/tn 
AbLiiy4U 


ooo cnno nn 
2oo-509o-U0 




PAn rvn pen r\T n 1 1 ip cm n/rv^ 

CAP.FXD.CER DI:0.1UF,50WVDC 


Tl/OOOO 

TK2282 


t ii onn"7i n a 7onn/i 

W1206Z104Z2B04 


ACPoocn 


ooo cnno nn 




pad cvr> pen nT.n i i ic cmn/np 

LAP,rXu,LtK Ul :0. 1UF .5UWVLL 


Tl/OOOO 

TK2282 


i n onc7i n>t70Dn/ 

W1206Z104Z2B04 




ooo cnno nn 




PAn rvn pen nT.n 1 tie cm n/np 
OAP.rXU.LtR ul :0. 1UF .5UWVUL 


Tl/OOOO 

TK2282 


i )1 onfn n/iTonnifl 

W1206Z104Z2B04 


A5C2965 


290-5009-00 




CAP,FXD,ELCTLT:15UF,25V 


56289 


293D156X0025D2T 


A5C2970 


283-5098-00 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


W1206Z104Z2B04 




905 cnoQ nn 

too ouyo uu 




pad cvn pcd nT.n iiir cm a/hp 
LAK,rAU,LtK Ui : U. lUr , bOWvUL 


T^OOQO 


I /1 OnC71 (\A70Uf\A 
Wl CUbLiUHLCDUH 


AEPOQQI 


90.0 cnno nn 




pad rvn pcd m.n 111c cm a/hp 
UAr ( rAU,LtK Ul : U. lUr r bUwVuL 


Tl/OOOO 


i m onc7i n/i70Dn/i 
WldUbi.lU4Zi:DU4 




oqq cnoo nn 
(CoJ-buyo-OU 




pad cvn pcd nT.n mr cm n/rv 
LAr r rXU,LtK Ui :U. lUr ,bUWVLL 


Tl/OOOO 

TK228Z 


1 M OAC71 f>A70Dr\A 

W1^0bZ104ZZD04 




ooo cnoo nn 




pad cvn pcd nT.n iiir cm n/np 
tAr F rAU r ttK Ul :0. lUr ,bUWVUL 


TVOOOO 

In22o2 


i n onc7i n^70Dnji 
Wl(:0DZ104iiD04 


A5CR2230 


152-5004-00 




SEMIC0ND DVC,DI;SI,SW r SER PR r 70V 


04713 


BAV99T1 


A5CR2332 


152-5004-00 




SEMIC0ND DVC f DI:SI,SW,SER PRJOV 


04713 


BAV99T1 


ACPDO/lOn 


1 co cnn/i nn 

lb£-b0U4-uU 




c PM T n r\y m mm m pt c\ t rrn nn "jau 

SEMIC0ND DVC,DI:SI,SW,SER PR, 70V 


04713 


n A\innT i 

BAV99T1 


A CP DO/I 91 


1 co cnnd nn 
lbd-b0u4-00 




c CMTPnMn nun m .ct c\ / o en nn m\t 
oLMiUMJ L)vL f Ul :bi t 5W,btK PR r /UV 


04713 


bAvyy 1 1 


rtJL-r\t*f if. 






j|_nl»_.UIlU UVL p Ui . 1 , on, oCK rt\ F /Uv 


U*f / 10 


RAUQQT1 


A5CR2423 


152-5004-00 




SEMIC0ND DVC,DI:SI,SW,SER PR, 70V 


04713 


BAV99T1 


A5CR2610 


152-5005-00 




SEMIC0ND DVC.DI: DUAL, COMMON ANODE, 70V, BAW56 


04713 


MBAW56TI 


A5CR2620 


152-5005-00 




SEMIC0ND DVC,DI:DUAL, COMMON ANODE, 70V, BAW56 


04713 


MBAW56TI 


A5CR2621 


152-5005-00 




SEMIC0ND DVC.DI: DUAL, COMMON ANODE, 70V, BAW56 


04713 


MBAW56TI 


A5CR2640 


152-5005-00 




SEMICOND DVC.DI: DUAL, COMMON ANODE. 70V, BAW56 


04713 


MBAW56TI 


A5J251 


131-3360-00 




CONN , RCPT , ELEC : HEADER , STR , 20 PIN 


53387 


3592-6002 


A5J411 


131-3362-00 




CONN, RCPT.ELEC: HEADER, STR, 26 PIN 


53387 


3593-6002 


A5J501 


131-4671-00 




CONN, RCPT, ELEC :1 X 3,0.1 SPACING 


80009 


131-4671-00 



SEP 1989 



9-35 



2467B Replaceable Electrical Parts 
2465B/Z467B Service 





Tektronix 


Serial /Assentoly No. 




Hfr. 




Coiponent No 


Part No, 


Effective DsGont 


Name & Description 


Coda 


Mfr. Part No. 


A5J503 


131-4671-00 




C0NN,RCPT,ELEC:1 X 3,0.1 SPACING 


80009 


131-4671-00 


A5J504 


131-4671-00 




C0NN,RCPT,ELEC:1 X 3,0.1 SPACING 


80009 


131-4671-00 


A5J511 


131-3362-00 




C0NN,RCPT,ELEC:HEADER,STR,26 PIN 


53387 


3593-6002 


A5J512 


131-3364-00 




CONN , RCPT , ELEC : HEADER , STRAIGHT , 34 PIN 


53387 


3594-6002 


A5J651 


131-3360-00 




CONN , RCPT , ELEC : HEADER , STR , 20 PIN 


53387 


3592-6002 


A5J652 


131-3360-00 




CONN, RCPT, ELEC: HEADER, STR, 20 PIN 


53387 


3592-6002 


A5J4241 


131-3323-00 




CONN , RCPT , ELEC : HEADER, STR , 2 X 20,0.1 CTR 


22526 


66506-025 


A5J4330 


131-3152-00 




CONN, RCPT, ELEC: HEADER, 2 X 8 0.1 SPACING 


22526 


66506-043 


A5P501 


131-0993-00 




BUS,C0NDUCT0R:SHUNT ASSEMBLY, BLACK 


22526 


65474-005 


A5P503 


131-0993-00 




BUS, CONDUCTOR: SHUNT ASSEMBLY, BLACK 


22526 


65474-005 


A5P504 


131-0993-00 




BUS,C0NDUCTOR:SHUNT ASSEMBLY , BLACK 


22526 


65474-005 


A5Q2320 


151-5001-00 




TRANS I ST0R : NPN , SI , SOT-23 


80009 


in CAA1 AA 

151-5001-00 


A5Q2805 


151-5001-00 




TRANSIST0R:NPN,SI,S0T-23 


80009 


151-5001-00 


A5R2001 


321-5006-00 




RES,FXD,FILM:100 OHM,1%,0.125W 


01121 


BCK1000FT 


A5R2002 


321-5006-00 




RES, FXD. FILM: 100 0HM,1%,0.125W 


01121 


BCK1000FT 


A5R2004 


321-5006-00 




RES,FXD,FILM:100 0HM,1%,0.125W 


01121 


BCK1000FT 


A5R20O5 


321-5006-00 




RES,FXD,FILM:100 OHM,1%0.125W 


01121 


BCK1000FT 


A5R2006 


321-5006-00 




RES,FXD,FILM:100 OHM,1%,0.125W 


01121 


BCK1000FT 


A5R2007 


321-5006-00 




RES,FXD,FILM:100 OHM,1%,0.125W 


01121 


BCK1000FT 


A5R2010 


311-5038-00 




RES,VAR,N0NWW:TRMR,2OK 0HM,25%,0.1W 


32997 


3314A-1-203E 


A5R2011 


321-5026-00 




RES , FXD, FI LM : 4 . 75K, 1%, . 1 25W 


01121 


BCK4751FT 


A5R2012 


321-5165-00 




RES, FXD, FILM: 10K 0HM,0.1%,0.125W,TC=T9 


80009 


321-5165-00 


A5R2013 


321-5165-00 




RES, FXD, FILM: 10K OHM.O. 1%,0. 125W,TC=T9 


80009 


321-5165-00 


A5R2014 


321-5167-00 




RES, FXD, FILM: 221K OHM,1%0.125W 


80009 


321-5167-00 


A5R2015 


321-5041-00 




RES , FXD, FILM: 82 . 5K, 1%, . 125W 


01121 


BCK8252FT 


A5R2016 


321-5018-00 




RES, FXD, FILM: 1 .OOK, 1% 0. 125W 


01121 


BCK1001FT 


A5R2101 


321-5006-00 




RES,FXD,FILM:10O 0HM,1%,0.125W 


01121 


BCK1000FT 


A5R2102 


321-5006-00 




RES, FXD, FILM: 100 OHM,1%,0.125W 


01121 


BCK1000FT 


A5R2103 


321-5006-00 




RES,FXD,FILM:100 OHM,1%,0.125W 


01121 


BCK1000FT 


A5R2104 


321-5006-00 




RES,FXD,FILM:100 OHM, 1%, 0. 125W 


01121 


BCK1000FT 


A5R2201 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1O02FT 


A5R2202 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2203 


321-5030-00 




RES, FXD, FILM: 10. OK, 1%, 0. 125W 


01121 


BCK1002FT 


A5R2204 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2205 


321-5030-00 




RES, FXD, FILM: 10. OK, 1%, 0. 125W 


01121 


BCK1002FT 


A5R2210 


321-5030-00 




RES, FXD, FILM: 10. OK, 1%,0.125W 


01121 


BCK10Q2FT 


A5R2211 


321-5030-00 




RES,FXD,FILM:10.0K,1%0.125W 


01121 


BCK1O02FT 


A5R2212 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2213 


321-5030-00 




RES , FXD, FILM: 10. OK, 1%, . 125W 


01121 


BCK1002FT 


A5R2214 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2215 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2220 


321-5018-00 




RES, FXD, FILM: 1 . OOK, 1%, . 125W 


01121 


BCK1O01FT 


A5R2230 


321-5165-00 




RES,FXD,FILM:10K 0HM,0.1%,0.125W,TC=T9 


80009 


321-5165-00 


A5R2231 


321-5022-00 




RES , FXD, FILM: 2 . 21K, 1%, . 125W 


01121 


BCK2211FT 


A5R2232 


321-5022-00 




RES,FXD,FILM:2.21K,1%,0.125W 


01121 


BCK2211FT 


A5R2241 


321-5047-00 




RES, FXD, FI LM: 100K, 1%,0. 125W 


01121 


BCK1003FT 


A5R2242 


321-5047-00 




RES,FXD,FILM:100K,1%,0.125W 


01121 


BCK1003FT 


A5R2244 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2251 


321-5018-00 




RES, FXD, FILM: 1 . OOK, 1%, 0. 125W 


01121 


BCK1001FT 


A5R2301 


321-5030-00 




RES , FXD, FILM: 10. OK, 1%, . 125W 


01121 


BCK1002FT 


A5R2302 


321-5030-00 




RES, FXD, FILM: 10. OK, 1%, 0. 125W 


01121 


BCK1002R 


A5R2303 


321-5030-00 




RES , FXD, FI LM: 10 . OK, 1% , . 1 25W 


01121 


BCK1002R 


A5R2304 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK10O2FT 


A5R2305 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2320 


321-5034-00 




RES,FXD,FILM:22.1K,1%,0.125W 


01121 


BCK2212FT 


A5R2321 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2322 


321-5030-00 




RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


A5R2323 


321-5032-00 




RES.FXD.FILM: 15. OK, 1%, . 125W 


01121 


BCK1502FT 
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Ccnponent No. Part No. 


A5R2329 


321-5036-00 


A5R2330 


321-5027-00 


A5R2331 


321-5023-00 


ACDOO'iO 


321-5018-00 


A CDOOOO 

AoRcood 


321-5023-00 




OOi r/M n r\ n 

321-5018-00 


AoKZo4U 


001 rnnn nn 

321-5030-00 


A5R2341 


321-5030-00 


A5R2342 


321-5030-00 




OOi T~ n at nn 

321-5047-00 




OOI rn in nn 

321-5047-00 


A5R2345 


321-5018-00 


A5R2346 


321-5022-00 


A5R2401 


321-5030-00 


A5R2402 


321-5030-00 


A rno Ann 

A5R2403 


321-5030-00 


A5R2404 


321-5030-00 


AbK£4Ub 


321-5047-00 


A CDO At\C 

AbK240b 


321-5047-00 


A5R2407 


321-5030-00 


A5R2408 


321-5030-00 


a mo Ann 

A5R2409 


321-5030-00 


rt CDO A 1 n 


321-5047-00 


A5R2411 


321-5030-00 


A cno .110 

A5R2412 


321-5047-00 


A5R2413 


321-5030-00 


A5R2414 


321-5030-00 


A5R2415 


321-5018-00 


A5R2416 


321-5030-00 


A5R2417 


321-5030-00 


a mo Ann 

A5R2420 


321-5030-00 


A5R2421 


321-5165-00 


A5R2422 


321-5165-00 


a mn a nn 

A5R2423 


321-5018-00 


a rno An a 

A5R2424 


321-5031-00 


a mo Ann 

A5R2430 


321-5165-00 


a mo a n 1 

A5R2431 


321-5006-00 


A5R2432 


321-5036-00 


A5R2433 


321-5030-00 


A CDO A O A 


321-5030-00 


ft cnoyioc 


321-5041-00 


A CDO A A n 


321-5047-00 


A3Kc441 


on Er\Ai nn 

321-504/-00 


A5R2442 


321-5047-00 


A5R2443 


321-5030-00 


A5K2444 


321-5018-00 


AbK24bl 


0O1 Fm o nn 

321-5018-00 


AbK*:4bb 


OOi r~ m n nn 

321-5016-00 


A5R2501 


321-5030-00 


A5R2502 


321-5030-00 


A5R2503 


321-5030-00 


A5R2504 


321-5030-00 


A5R2505 


321-5030-00 


A5R2511 


321-5018-00 


A5R2512 


321-5018-00 


A5R2513 


321-5030-00 


A5R2520 


321-5164-00 


A5R2521 


321-5164-00 



Serial /Asssribly No. 
Effective Dscont 









Name & Description 


Code 


Mfr Part Nn 

■ 11 1 . rai l iiw . 


RES, FXD, FILH.-33.2K, 1%, 0. 125W 


01121 


8CK3322FT 


RES,FXD,FILM:5.62K,1%,0.125W 


01121 


BCK5621FT 


RES , FXD , FI LM : 2 . 74K, 1%, . 125W 


01121 


BCK2741FT 


RES, FXD, FILM: 1 .00K, 1%, 0. 125W 


01121 


BCK1001FT 


RES,FXD,FILM:2.74K,1%,0.125W 


01121 


BCK2741FT 


RES, FXD, FILM: 1 . 00K, 1%, . 125W 


01121 


BCK1001FT 


RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


RES , FXD , FI LM : 10 . OK, 1%, . 125W 


01121 


BCK1002FT 


ni~p rvr\ rn u in nts to/ n 1 ni-i i 

RES,FXD,FILM:lO.OK,l%,0.l25W 


01121 


BCK1002FT 


RES, FXD, FILM: 100K, l%,0. 125W 


01121 


BCK1003FT 


RES, FXD, FI LM: 100K, l%. 0. 125W 


01121 


BCK1003FT 


RES, FXD, FILM: l . 00K, l%, 0. 125W 


01121 


BCK1001FT 


RES , FXD , FI LM : 2 . 2lK, l%, . 125W 


01121 


BCK2211FT 


RES,FXD,FILM:l0.0K,l%,0.l25W 


01121 


BCK1002FT 


RES, FXD, FILM: 10.0K, l%,0. 125W 


01121 


BCK1002FT 


RES,FXD,FILM:l0.0K,l%,0.l25W 


01121 


BCK10O2FT 


RES, FXD, FILM: 10.0K, l%, 0. 125W 


01121 


BCK1002FT 


RES , FXD, FI LM: 100K, l%, 0. 125W 


01121 


BCK1003FT 


RES, FXD, FILM: 100K, l%,0. 125W 


01121 


BCK1003FT 


RES , FXD, FI LM: l . OK, l%, . I 25W 


01121 


BCK1002FT 


RES,FXD,FILM:lO.OK,l%,0.l25W 


01121 


BCK1002FT 


RES, FXD, FILM: 10.0K, l%, 0. 125W 


01121 


BCK1002FT 


RES,FXD,FILM:l00K,l%,0.l25W 


01121 


BCK1003FT 


RES , FXD , FI LM : 10 . OK, l%, . 125W 


01121 


BCK1002FT 


RES, FXD, FI LM: 100K, l%, . 125W 


01121 


BCK1003FT 


RES , FXD, FILM: 10.0K, l%, . 125W 


01121 


BCK1002FT 


RES,FXD,FILM:lO.OK,l%,0.l25W 


01121 


BCK1002FT 


RES , FXD , FI LM : l . 00K, l%, . 125W 


01121 


BCK1001FT 


RES,FXD,FILM:l0.0K,l%,0.l25W 


01121 


BCK1002FT 


RES, FXD, FILM: 10. OK, l%,0. 125W 


01121 


BCK1002FT 


RES, FXD, FILM: 10.0K, l%, 0. 125W 


01121 


BCK1002FT 


RES, FXD, FILM: 10K 0HM,0. l%,0. 125W,TC=T9 


80009 


321-5165-00 


RES,FXD,FILM:10K 0HM,0.l%,0.l25W,TC=T9 


80009 


321-5165-00 


KtS , FXD , FI LM : 1 . 00K, 1%, . 125W 


01121 


BCK1001FT 


RES,FXD,FILM:12.1K,1%,0.125W 


01121 


BCK1212FT 


RES, FXD, FILM: 10K 0HM,0.1%,0.125W,TOT9 


80009 


321-5165-00 


RES, FXD, FILM: 100 0HM,1%,0.125W 


01121 


BCK1000FT 


RES , FXD, FILM: 33 . 2K, 1%, . 125W 


01121 


BCK3322FT 


RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 


RES,FXD,FILM:82.5K,1%,0.125W 


01121 


BCK8252FT 


RES, FXD, FILM: 100K,1%,0.125W 


01121 


BCK1003FT 



RES, FXD. FILM: 100K, 1%,0. 125W 01121 BCK1003FT 

RES , FXD, FI LM: 100K, 1%, 0. 125W 01121 BCK1003FT 

RES,FXD,FILM:10.0K,1%,0.125W 01121 BCK1002FT 

RES,FXD,FILM:1.00K,1%,0.125W 01121 BCK1001FT 

RES,FXD,FILM:1.00K,1%,0.125W 01121 BCK1001FT 

RES,FXD,FILM:681 0HM,1%,0.125W 01121 BCK6810FT 

RES, FXD, FI LM: 10 . OK, 1%, . 125W 01121 BCK1002FT 

RES, FXD, FILM: 10. OK, 1%, 0. 125W 01121 BCK1002FT 

RES,FXD,FILM:10.0K,1%,0.125W 01121 BCK1002FT 

RES,FXD,FILM:10.0K,1%,0.125W 01121 BCK1002FT 

RES,FXD,FILM:10.0K,1%,0.125W 01121 BCK1002FT 

RES , FXD, FILM: 1 . 00K, 1%, . 125W 01121 BCK1001FT 

RES , FXD, FILM: 1 . 00K, 1%. 0. 125W 01121 BCK1001FT 

RES,FXD,FILM:10.0K,1%,0.125W 01121 BCK1002FT 

RES, FXD, FILM: 681 OHM,0.1%,0.125W,TC=T9 80009 321-5164-00 

RES,FXD,FILM:681 OHM,0. 1%,0. 125W,TC=T9 80009 321-5164-00 
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CciTponent No. 


Part No. 


A5R2522 


321-5030-00 


A5R2523 


321-5040-00 


A5R2524 


321-5040-00 


A5R2531 


321-5006-00 


A5R2532 


321-5040-00 


A5R2533 


321-5023-00 


A5R2534 


321-5023-00 


A5R2535 


321-5023-00 


A5R2536 


321-5030-00 


A5R2537 


321-5022-00 


A5R2540 


321-5030-00 


A5R2560 


321-5022-00 


A5R2601 


321-5012-00 


A5R2602 


321-5030-00 


A5R2603 


321-5030-00 


A5R2611 


321-5047-00 


A5R2612 


321-5026-00 


A5R2613 


321-5030-00 


A5R2620 


321-5030-00 


A5R2621 


321-5022-00 


A5R2622 


321-5006-00 


A5R2623 


321-5022-00 


A5R2624 


321-5026-00 


A5R2625 


321-5030-00 


A5R2626 


321-5030-00 


A5R2630 


321-5018-00 


A5R2631 


321-5023-00 


A5R2632 


321-5018-00 


A5R2640 


321-5030-00 


A5R2643 


321-5030-00 


A5R2644 


321-5030-00 


A5R2645 


321-5030-00 


A5R2646 


321-5030-00 


A5R2647 


321-5030-00 


A5R2648 


321-5030-00 


A5R2649 


321-5012-00 


A5R2701 


321-5030-00 


A5R2702 


321-5030-00 


A5R2703 


321-5030-00 


A5R2704 


321-5030-00 


A5R2705 


321-5030-00 


A5R2706 


321-5030-00 


A5R2707 


321-5030-00 


A5R2708 


321-5030-00 


A5R2709 


321-5030-00 


A5R2710 


321-5030-00 


A5R2711 


321-5030-00 


A5R2712 


321-5030-00 


A5R2720 


321-5030-00 


A5R2721 


321-5034-00 


A5R2730 


321-5034-00 


A5R2731 


321-5199-00 


A5R2732 


321-5199-00 


A5R2733 


321-5023-00 


A5R2734 


321-5022-00 


A5R2735 


321-5022-00 


A5R2740 


321-5018-00 


A5R2741 


321-5006-00 



Serial /Assent! y No. 
Ef feet i ve Dscont 



Name & Description 



Hfr. 
Code 



Hfr. Part No. 



RES, FXD, FILM 
RES,FXD,FILM 
RES, FXD, FILM 
RES, FXD, FILM 
RES, FXD, FILM 
RES, FXD, FILM 



10.0K,1%,0.125W 

68.1K,1%,0.125W 

68.1K,1%,0.125W 

100 OHM,1%,0.125W 

68.1K,1%,0.125W 

2.74K,1%,0.125W 



RES,FXD,FILM:2.74K,1%,0.125W 
RES,FXD,FILM:2.74K,1%,0.125W 
RES,FXD,FILM:10.0K,1%,0.125W 
RES, FXD, FILM: 2 . 21K, 1%, 0. 125W 
RES , FXD, FI LM: 10 . OK, 1%, . 125W 
RES,FXD,FILM:2.21K,1%,0.125W 

RES,FXD,FILM:332 0HM,1%,0.125W 
RES,FXD,FILM:10.0K,1%,0.125W 
RES, FXD, FILM: 10. OK, 1%, 0. 125W 
RES. FXD, FILM: 100K,1%,0.125W 
RES,FXD,FILM:4.75K,1%,0.125W 
RES,FXD.FILM:10.0K,1%,0.125W 

RES,FXO,FILM:10.0K,1%,0.125W 

RES,FXD,FILM:2.21K r l%,0.125W 

RES,FXD,FILM:100 OHM,l%,0.125W 

RES,FXD,FILM:2.21K,1%,0.125W 

RES,FXD,FILM:4.75K,1%,0.125W 

RES,FXD,FILM:10.0K,1%,0.125W 

RES, FXD, FILM: 10. OK, 1%, 0. 125W 
RES, FXD, FILM: LOOK, 1%, 0. 125W 
RES, FXD, FILM:2 . 74K, 1%,0. 125W 
RES,FXD,FILM:1.00K,1%,0.125W 
RES, FXD, FILM: 10.0K, 1%, 0. 125W 
RES,FXD,FILM:10.0K,1%,0.125W 

RES,FXD,FILM:10.0K,1%,0.125W 
RES,FXD,FILM:10.0K,1%,0.125W 
RES,FXD,FILM:10.0K,1%,0.125W 
RES, FXD, FILM: 10. OK, 1% 0. 125W 
RES,FXD,FILM:10.0K,1%,0.125W 
RES,FXD,FILM:332 0HM,1%.0.125W 



RES, FXD, FILM: 
RES, FXD, FILM: 
RES, FXD, FILM: 
RES, FXD, FILM: 
RES, FXD, FILM: 
RES, FXD, FILM: 



10.0K,1%0.125W 
10.0K,1%,0.125W 
10.0K,1%,0.125W 
10.0K,1%,0.125W 
10.0K,1%,0.125W 
10.0K,1%0.125W 



RES,FXD,FILM:10.0K,1%,0.125W 
RES,FXD,FILM:10.0K,1%,0.125W 
RES , FXD, FI LM: 10 . OK, 1%, . 125W 
RES, FXD, FILM: 10. OK, 1%, 0. 125W 
RES,FXD,FILM:10.0K,1%,0.125W 
RES, FXD, FILM: 10. OK, 17., 0. 125W 

RES, FXD, FILM: 10.0K, 1%. 0. 125W 
RES,FXD,FILM:22.1K,1%,0.125W 
RES,FXD,FILM:22.1K,1%,0.125W 
RES,FXD,FILM:100M OHM, 10%, 0.0625 W 
RES,FXD,FILM:100M OHM,10%,0.0625 W 
RES , FXD, FILM: 2 . 74K, 1%, 0.125W 

RES,FXD,FILM:2.21K,1%,0.125W 
RES,FXD,FILM:2.21K,1%,0.125W 
RES,FXD,FILM:1.00K,1%,0.125W 
RES, FXD, FILM: 100 OHM, 1%,0. 125W 



01121 
01121 
01121 
01121 
01121 
01121 

01121 
01121 
01121 
01121 
01121 
01121 

01121 
01121 
01121 
01121 
01121 
01121 

01121 
01121 
01121 
01121 
01121 
01121 

01121 
01121 
01121 
01121 
01121 
01121 

01121 
01121 
01121 
01121 
01121 
01121 

01121 
01121 
01121 
01121 
01121 
01121 

01121 
01121 
01121 
01121 
01121 
01121 

01121 
01121 
01121 
80009 
80009 
01121 



BCK1002FT 
BCK6812FT 
BCK6812FT 
BCK1000FT 
BCK6812FT 
BCK2741FT 

BCK2741FT 
BCK2741FT 
BCK1002FT 
BCK2211FT 
BCK1002FT 
BCK2211FT 

BCK3320FT 
BCK1002FT 
BCK1002FT 
BCK1003FT 
BCK4751FT 
BCK1002FT 

BCK1002FT 
BCK2211F 
BCK1000FT 
BCK2211FT 
BCK4751FT 
BCK1002FT 

BCK1002FT 
BCK1001FT 
BCK2741FT 
BCK1001FT 
BCK1002FT 
BCK1002FT 

BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK3320FT 

BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK1002FT 

BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK1002FT 
BCK1002FT 

BCK1002FT 

BCK2212FT 

BCK2212FT 

321-5199-00 

321-5199-00 

BCK2741FT 



BCK2211FT 
BCK2211FT 
01121 BCK1001FT 
01121 BCK1000FT 



01121 
01121 
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Tektronix 


Serial/Assentoly Mo. 




Mfr. 




Ccrrponent No. 


Part No. 


Effective 


Dscont 


Name & Description 


Code 


Mfr. Part No. 


njl\dOOU 








rfc cvn ftim-a nj-w i / n i 9qj 

Kto, rAU, riLn. U Unn , i/o, U . IcOW 




DLL OUul UU 


ACDOOCC 


OL.1 JUOU uu 






pre ryn FTIM-1A Alt' 1°/ A 1 9RU 




RfTI fVIPFT 

[A*rvluU£.r 1 




JCl ouou uu 






RFC FYPl FTIM-in flk' 1°/ fl 1 9RU 
Klj, rAU, r lLn. 1U.UN, I/o f U. IcOW 






A5R2885 


321-5012-00 






RES f FXD,FILM:332 0rW r l%r 0.125W 


01121 


BCK3320FT 


A5R2890 


321-5012-00 






RES t FXD r FILM:332 OHM,1%,0.125W 


01121 


BCK3320F 


rwf\C cue 


-J Li <JU10 UU 






rfc Fin ftim-1 nnic r/ n i9^w 


01121 


RTK1 001 FT 


ASR9Q03 

rWi\C?U<J 


JLl OIUU UU 






RFC FYn FT 1 M - 1 0kT OHM fl 17 fl 19^ TP=TQ 




391 -c;i R^-nn 

. OCl JJ.OJ uu 




391 -rai 9-aa 

Ocl 3U1l uu 






RFC FYn F7IM*339 OMM 1°/ n 19^U 
KCj, rAU, rlLn.oOii Urrl r l/o, U . icOW 




RTk'339nFT 




OLl JUCO UU 






RFC FYn FTIM-fi MX 1°/ 19RU 


Ul 1C1 


RPk'fiftl 1 FT 
Ea^nuoi ir i 


A5R2906 


321-5165-00 






RES, FXD, FILM: 10K 0HM,0.1%,0.125W,TC=T9 


80009 


321-5165-00 


A5R2907 


321-5033-00 






RES , FXD , Fl LM : 18 . 2K, 1%, . 125W 


01121 


BCK1822FT 


rtOKCJUO 


391 -£n39-AA 






DFC FYH FTIM-1S C\V 1°/ H 1 9QJ 
Kto, rAU, riLn. iD.UN, I/o, U. IcDW 


m 191 

Ullci 


□TKl CA9FT 
tSLMOUcr 1 


ARR9QAQ 
nOKccJUy 


Qpi _e:a39-AA 
Ocl ouoc uu 






RFC FYn FTIM-1R nif 1 1°/ H 1 9RU 
Kto r rAU, riLn. 1D.UI\, l/o,U. ItOW 


m 191 

Uiicl 


DLNiOUcr 1 


HOKCJ 1U 








DFC FYn FTIM-1^ nt' 1°/ n 1PQJ 
KCD, rAU, riLn. 10. UN, i/o, U. IdOW 


m 191 

Ullcl 


RTk'1 RA9FT 
DLNlOUcr I 


HOKcyii 


391 _^n39_nn 
oci-ouoc-uu 






DFC FYn FTIM-1^ (W 1°/ f\ 1 9QJ 
KLo, rAU f riLPl. 10. UN, i/o f U. l(lOW 


A1 191 
Ullcl 


RTk'1 ^A9FT 
DLnIOUct 1 


A5R2912 


321-5018-00 






RES, FXD f FILM: 1 . 00K, 1% 0. 125W 


01121 


BCK1001FT 


A5R2913 


321-5015-00 






RES,FXD,FILM:562 0HM,1%,0.125W 


01121 


BCK5620F 


ACRpQI A 


391 -Rn^9-nn 

Ot. I OUOt UU 






RFC FYn FTIM-lc; Ok' 1°/ 1 9QJ 
Kto, rAU, riLn. 10. UK, l/o, U. IcOW 


A1 191 
Ullcl 


RPkT1 zfO FT 


AtTRpQI C 
riJixCCJlD 


Ocl OU10 UU 






RFC FYn FTIM'Rf:9 HMM 1°/ 1 9QJ 
KLo, rAU, riLn. OD£ Unrl r l/o, U . IcOW 


m 191 

Ullcl 


RPkT^R9nFT 

DLNODcUr 1 


ARR9Q1 R 


Qpi -^AR/l-AA 

Ocl OU04 UU 






RFC FYn FTIM-9rW"H(' 1°/ n 1 9QJ 1 9nfi R1«W 
t\LO , rAU, r 1 Lrl . cUUr\ p l/o, U . IcOW , IcUD , Orri 


OUUU3 


391 -^ARA-AA 
Ocl OUW UU 




Ocl OU*t/ UU 






rfc FYn FtiM-mnk' 1^ n 19QJ 

Kto , rAU, riLn. 1UUN, IA>,\J. IcOW 


m 191 

Ullcl 


RPk , 1AA3FT 
DLMUUOr 1 


A5R2918 


311-5038-00 






RES,VAR,N0NWW:TRMR,20K 0HM r 25% r 0.1W 


32997 


3314A-1-203E 


A5R2919 


321-5038-00 






RES,FXD f FILM:47.5K ( l%0.125W 


01121 


BCK4752F 


ARP9Q9A 
ttJKcycU 


391 -rara-aa 

Ocl DUw uu 






RFC FYn FTlM*9nnk' 1°/ n 19CU 190R ftKW 
KtO, rAU r riLn. cUUK, l/o, U. IcOW, IcUO, OPil 




391 -^RA-Ari 
Ocl jrJOH UU 


HOKcac! 


391 -RD31 _nn 

Ocl OUOl-UU 






RFC FYn FTIM-19 Ik' 1°/ n 1 9QJ 
Kto, rAU, riLn. 1c . IN, 1A,U. IcOW 


A1 191 
Ullcl 


RTk'1 919FT 
DLNlcicr i 




391 -RnA7-nn 

Ocl OU'r/ UU 






DFC FYn FTIM-1 fink" 1°/ n 19FU 
Kto, rAU, rlU™. 1UUN, l/o F U. IcOW 


m 191 

Mi id 


RTk'1 An3FT 


HOKcScO 


391 _c;n/i7-AA 

OLl Duty? UU 






dfc FYn rTiM-mnk' i°/ n 1 9qj 

Kto, rAU, rl Lrl. 1UUK, l/o, U. IcOW 


m 191 

Ullcl 


RTk'1 AA3FT 


A5R2924 


321-5064-00 






RES,FXD r FILM:200K r l%,0.125W f 1206 ( 8NM 


80009 


321-5064-00 


A5R2925 


321-5023-00 






RES f FXD,FILM:2.74K,l% r 0.125W 


01121 


BCK2741FT 


rvJr\CC?CO 


391 -RA9 n_nn 

Ocl OUcU UU 






RFC FYn FTIM-1 RHk' 1°/ fl 1 9^U 
KtO, rAU, r 1 Lrl. 1 . OUI\ f l/o, U . IcOW 


m 191 

Ul lei 


RTk'1 RT31 FT 

DvMOUlr 1 


ARR9Q97 

mOKccJ c / 


391 -ra9R-aa 






RFC FYn FTIM-A 7^ 1°/ H 1 9RU 
Kto, rAU, riLn. 4. /Oi\ r l/o, U. IcOW 


ni 191 

Ullcl 


DLNn/Oir I 


ttOKcycO 


391 cin^n nn 
Ocl OUOU UU 






dcc cvn niM.in nf i°/ n i9£3.i 
Kto, rAU, riLrl: IU.UIn, l/o, U. IcOW 


ni 1 9i 
Ullcl 


QTfi nn9FT 
tXNluucr 1 


rtOKcycy 


391-RA3H nn 

Ocl-OUOU-UU 






DFC FYn FTIM-in 1°/ A 1PE3.1 
Kto, rAU, r lLn. 1U.UN, l/o r U. IcOW 


ni 1 91 

Ullcl 


RTk'1 AA9FT 
DLNlUUcr 1 


A5R2930 


321-5030-00 






RES,FXD,FILM:10.0K,1%0.125W 


01121 


BCK1002F 


A5R2931 


311-5040-00 


tsubOuOu 


B050307 


RES,VAR,N0NWW:TRMR,10K 0W,25%,0.1W 


32997 


3314J-1-103E 


AFR9Q31 

rtOKcyol 


311 _^A3/i 

011-0U04-UU 


dUoUouo 




DFC WAD NA:MUIJ-TDMD 91^ nUM OK c / n 1U 
Kto, Vm, WUNWW . 1 KnK, cl\ UrTl , cO/o , U . 1W 


O14U0 


D\/fi/IF 9A9V/M TA 


ASR9Q39 


391 -ra/17-aa 






dfc FYn FTiM-mm^ 1°/ n 19QJ 
Kto, rAU, ri Lrl. 1UUI\, l/o, U. IcOW 


m 1 91 
Ulliil 


RTk'1 nn3FT 


ARR9Q33 

ttJr\C3iJO 


OCL jUW UU 






DFC FYn FTI M*9nnif 1°/ A 19QJ 19AR flMM 
Kto, rAU, rlLrl.cUUI\, i/o, U. IcOW, lcUO,om 


onnnq 

ouuuy 


391 -RAR4-AA 
Ocl OU 04 UU 




391 -RAR/unn 

OCl ouot UU 






DFC FYn FTI Minnie 1°/ H 19CSi/ 19nR fiMM 
Kto, rAU, r ILn.cUUN, l/o r U. IcOW , lcUO,Orl v l 


ftAAAQ 

ouuuy 


391 -EyiK/l-AA 
Ocl 0U04 UU 


A5R2935 


321-5047-00 






RES,FXD,FILM:100K.l%,0.12a/ 


01121 


BCK1003FT 


A5R2960 


321-5030-00 






RES,FXD,FILM:10.0K,1%,0.125W 


01121 


BCK1002FT 




3pi -ra3a-aa 

OC 1 OUOU UU 






RFC pyn FTIM-in ntr r/ n 19^1*/ 

[\L.O r rAU, r 1 Lrl. 1U . UN, l/o, U . ICOW 


A1 191 
Ul icl 


RTk'1 AA9FT 




391 -Rn3A-nn 

Ocl OUOU UU 






DFC FYn FTIM-m Ak" 1°/ A 19QJ 
Kto, rAU, r i Ln. 1U.UN, l/o, U. IcOW 


A1 1 91 


RTk*1 AA9FT 
DLnIUUct 1 


njUL 1U1 


iOO OiJ/ Ui 






MTPRnrkT TIMTFr-nAP RTPAI AD 19 rtt 
nlU\Ui/Nl , in 1 rkj.UfU^, DlrULMK, 1c Oil 


onnnq 


i i;r_c;i R7-A1 

iOD-OiO/ Ui 


A5ll?14f! 

noUL-lHU 


1 Rfi-l 349-01 

1«JU 10H-C Ul 






MTPRnrkT nP,TI -NMnC MPII P-RTT U/Pi k" 
lllUxUONI , UO 1 L. lirlUO , rlrU ,o Dl 1 W/ LLN 


A.A71 3 
U4/10 


CTR71 97 P 


A5U2160 


160-5876-00 


B050000 


B050249 


MICRXKT,DGTL:8K X 8 EPR0M,PRGM 


80009 


160-5876-00 


A5U2160 


160-5876-01 


DUOuYoU 




MICRXKJ,DGTL:8K X 8 EPR0M.PRGM 


80009 


160-5876-01 


ha i??m 

AJUL.CU1 


lOO DIM-/ UI 






MTPPnPkT lY^TI -PMHC HPTAI n TYPF FF U/DFCFT 
nlUxUL-NI , Uu 1 L.LrUO , ULIML U 1 i rt rr W/ KtOt 1 


OUUUiJ 


1 RR-^1 47-A1 
100 014/ Ul 


JvJUdclU 


1 RR-R1 A7-A1 
lOO 014/ Ul 






MTPRPTkT nRTI -PMnC HPTAI n TYPF FF U/DFCFT 
nlLKULNl fUUIL.U'UOrUL-lftL U ITrt rr W/KLotl 


ouuuy 


1 e;R-M A7-A1 
10D-014/-U1 


A5U2220 


156-5071-01 






MICROCKJ DGTL-CM0S OCTAL BUS TRANS 


80009 


156-5071-01 


A5U2240 


156-5489-01 






MICRXKT,LINEAR:MPU RESET GEN FOR 5V SYS 


80009 


156-5489-01 


A5U2250 


160-5874-00 






MICROCKJ, DGTL: LOGIC DEVICE, PRGM 


80009 


160-5874-00 


A5U2301 


156-5147-01 






MICRXKT.DGTL: CMOS, OCTAL D TYPE FF W/RESET 


80009 


156-5147-01 


A5U2310 


156-5147-01 






MICRXKT, DGTL: CMOS, OCTAL D TYPE FF W/RESET 


80009 


156-5147-01 


A5U2350 


156-5071-01 






M I CR0CKT , DGTL : CMOS , OCTAL BUS TRANS 


80009 


156-5071-01 


A5U2360 


160-5877-01 






MICR0CKT,DGTL:16K X 8 X 8 EPR0M.PRGM 


80009 


160-5877-01 


A5U2401 


156-5050-01 






MICRXKT , DGTL : HCM0S , ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2405 


156-5409-01 






MICROCKJ , DGTL : HCM0S , OCTAL D-TYPE TRANS 


80009 


156-5409-01 
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A5U2410 


156- 


-5459- 


-01 




M I CRXKT , DGTL : CMOS , OCTAL BUS TRANSCEIVER, 


80009 


156-5459-01 


A5U2415 


156- 


-5409- 


-01 




MICROCKT , DGTL : HCM0S , OCTAL D-TYPE TRANS 


80009 


156-5409-01 


A5U2420 


156- 


-2051- 


-01 




MICRXKT, LINEAR:0PNL AHPL, QUAD, JET INPUT 


80009 


156-2051-01 




100" 


□4uy 


Ul 




nllKUL-M , LA3 1 L . nLHUo f UL 1 ML U t TrT 1 KHINo 


snnfw 


1 5R- 5409-01 


A5U2430 


156- 


-2051- 


-01 




MICROCKT, LINEAR:0PNL AMPL, QUAD, JET INPUT 


80009 


156-2051-01 


A5U2440 


156- 


-5145- 


-01 




MICRXKT, XTL: HCMOS, DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2450 


156- 


-5409- 


-01 




MICROCKT , DGTL : HCM0S , OCTAL D-TYPE TRANS 


80009 


156-5409-01 


A5U2460 


156- 


-2991- 


-00 




IC,MEM0RY:CM0S,NVRAM;8K X 8,200NS,SRAM 


80009 


156-2991-00 


A5U2501 


156- 


-5050- 


-01 




MI CRXKT , DGTL : HCM0S , ANALOG SW,8 CHAN 


80009 


156-5050-01 




IDO 


DUUU 


Ul 




MTPDArkT 1 TNFfiP -\/ni TAAF rrMPAPATflR 


80009 


1 5R- 5000-01 


A5U2520 


156- 


-5138- 


-01 




MICRXKT, LINEAR:0P AMP,BIFET,DUAL 


80009 


156-5138-01 


A5U2521 


156- 


-5050- 


-01 




MICROCKT , DGTL : HCM0S , ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2530 


156- 


-5050- 


-01 




M I CROCKT , DGTL : HCM0S , ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2540 


156- 


-5081- 


-01 




M I CRXKT , DGTL : HCM0S , HEX INVERTER 


80009 


156-5081-01 


A5U2550 


156- 


-5088- 


-01 




MICRXKT,DGTL:CMDS,3 TO 8 DECODER/ 


80009 


156-5088-01 


Atl i9E.cn 
MDUcDOU 


loo 


D140 


Ul 










A5U2570 


156- 


-5145- 


-01 




MICRXKT,DGTL:HCM0S,DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2601 


156- 


-5050- 


-01 




M I CRXKT , DGTL : HCMOS .ANALOG SW,8 CHAN 


80009 


156-5050-01 


A5U2620 


156- 


-2051- 


-01 




MICRXKT, LINEAR-.0PNL AMPL, QUAD, JET INPUT 


80009 


156-2051-01 


A5U2630 


156- 


-2051- 


-01 




MICRXKT, LINEAR:0PNL AMPL, QUAD, JET INPUT 


80009 


156-2051-01 


A5U2640 


156- 


-5567- 


-01 




MICRXKT,XTL:CM0S,14 STAGES BIN CNTR 


80009 


156-5567-01 


AbU2bbU 


156- 


-5088- 


-ul 




MTPorvifT rvTi . pmtk q Tfi fl nFrnnFP/ 
MiLKULKI r Ubl L:LrUb r a IU UtLUULK/ 


ouuuy 


1 F.fi-F/wa-ni 

100 QUOO Ul 


A5U2660 


156- 


-5088- 


-01 




MICRXKT,DGTL:CM0S,3 TO 8 DECODER/ 


80009 


156-5088-01 


A5U2800 


156- 


-5120- 


-01 




MICRXKr,DGTL:CM0S,DUAL 4 CHAN ANALOG MUX 


80009 


156-5120-01 


A5U2805 


156-5120- 


-01 




MICRXKr,DGTL:CM0S,DUAL 4 CHAN ANALOG MUX 


80009 


156-5120-01 


A5U2810 


156- 


-5098- 


-01 




MICRXKT,DGTL:HCMOS,QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2820 


156- 


-2051- 


-01 




M I CRXKT , L I NEAR : OPNL AMPL, QUAD, JET INPUT 


80009 


156-2051-01 


ROUcOOU 


156- 


-5306- 


-fl1 
Ul 




MirpnrKT nfiTi -rwn^ rami & rtt 


80009 


156-5306-01 


A5U2835 


156- 


-5085- 


-01 




MICRXKT.rjGTL:CM0S.QUAD 2-INPUT OR GATE 


80009 


156-5085-01 


A5U2850 


156- 


-5145- 


-01 




MICRXKT , XTL : HCMOS , DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2855 


156- 


-5106- 


-01 




MICRXKT , DGTL : CMDS , QUAD 2 INPUT N OR GATE 


80009 


156-5106-01 


A5U2860 


156- 


-5569- 


-01 




MICRXKr,DGTL:CM0S,8-BIT UNIVERSIAL SHIF 


80009 


156-5569-01 


A5U2865 


156- 


-5021- 


-01 




MICRXKT, DGTL:CM0S, 8 STATE SHIFT ANS ST0R 


80009 


156-5021-01 


A5U2870 


156- 


-5306- 


-01 




MICRXKT,XTL:CM0S,DUAL 4 BIT 


80009 


156-5306-01 


ACI I9Q7C, 


156- 


-5145- 


Ul 




MTfprvkT iv;ti ■ wrwic: miAi n-TYPF ff 




15R-51 45-01 


A5U2880 


156- 


-5145- 


-01 




MICRXKT , DGTL : HCMOS , DUAL D-TYPE FF 


80009 


156-5145-01 


A5U2885 


156- 


-5130- 


-01 




MICRXKT, DGTL: CMOS, TRIPLE 3-INPUT N AND D 


80X9 


156-5130-01 


A5U2890 


156- 


-5098- 


-01 




MICRXKT,XTL:HCM0S,QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2900 


156- 


-5130- 


-01 




M I CRXKT , DGTL : CMOS , TRI PLE 3-INPUT N AND D 


80009 


156-5130-01 


A5U2905 


156- 


-5147- 


-01 




MICRXKT, DGTL: CMOS .OCTAL D TYPE FF W/RESET 


80009 


156-5147-01 


Am i?qi n 

nJUtOlU 


156- 


-1555- 


-nn 
uu 








AMfiOKOPr 


A5U2920 


156- 


-5011- 


-00 


B050000 B050198 


IC,MEM0RY:CM0S,SRAM;8K X 8.150NS 


62786 


HM6264LFP-15 


A5U2920 


156- 


-5011- 


-01 


8050199 


IC, MEMORY: CMOS, SRAM ;8K X 8.150NS 


80009 


156-5011-01 


A5U2930 


160- 


-5875- 


-00 




MICRXKT,XTL:8K X 8 EPR0M, PRGM 


80009 


160-5875-00 


A5U2935 


156- 


-5071- 


-01 




MI CRXKT , DGTL : CMDS , XTAL BUS TRANS 


80009 


156-5071-01 


A5U2940 


156- 


-5306- 


-01 




MI CRXKT, DGTL: CMOS, DUAL 4 BIT 


80009 


156-5306-01 




156- 


-5145- 


■ui 




MTrunrkT Fvvn •HTMn <; ; m t&i d-typf ff 

niUKUoM , lw i l . rn^riu j , uunL i i r l rr 


80009 


15R-51 45-01 


A5U2960 


156- 


-5021- 


-01 




MICRXKT, DGTL:CM0S, 8 STATE SHIFT ANS ST0R 


80009 


156-5021-01 


A5U2965 


156- 


-5098- 


-01 




MICRXKT,DGTL:HCM0S,QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2970 


156- 


-5098- 


-01 




MICRXKT, DGTL: HCMOS, QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2975 


156- 


-5098- 


-01 




M ICRXKT , DGTL : HCMOS , QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2980 


156- 


-5098- 


-01 




MICRXKT , DGTL : HCMOS , QUAD 2-INPUT NAND GATE 


80009 


156-5098-01 


A5U2985 


156- 


-5568- 


-01 




MICRXKT , DGTL : HCMOS , 4-BIT BIDIRECTIONAL 


80009 


156-5568-01 


A5U2990 


156- 


-5198- 


-01 




M I CRXKT , DGTL : CMOS , QUAD 2-INPUT X OR GATE 


80009 


156-5198-01 


A5U299S 


156- 


-5135- 


-01 




MI CRXKT, DGTL: CMOS, 8 BIT SER/PAR SHIFT 


80009 


156-5135-01 


A5W411 


174- 


-1366- 


-00 




CA ASSY,SP,ELEC:26,28 AWG.3.0 L 


TK1899 


ORDER BY DESCR 


A5W511 


174- 


-1501- 


-00 




CA ASSY,SP,ELEC:26,28 AWG.2.0 L, RIBBON 


80009 


174-1501-00 


A5W512 


174- 


-1502- 


-00 




CA ASSY,SP,ELEC:34,28 AWG.2.0 L, RIBBON 


80009 


174-1502-00 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assaifoly No. Mfr. 

Carpcnent No. Part No. Effective Dsccmt Name & Description Code Mfr. Part No. 

A5XU2360 136-0755-00 SKT.PL-IN ELEK:MICR0CIRCUIT,28 DIP 09922 DILB28P-108 

A5Y2540 158-5005-00 0SC.XTAL CLOCK: 10MHZ 80009 158-5005-00 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 






Mfr. 






Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A6 


614- 


noon nn 




FRONT PNL ASSY : STANDARD , 2445B/55B/65B & 67B 


80009 


614-0825- 


-00 


MO 


t>14 


nooc nn 




(STANDARD) 

FRONT PNL ASSY: TV OPTION, 2445B/55B/65B/67B 


80009 


614-0826 


-00 










(OPTION 05) 






131-3478- 


-01 


ROrOUUl 


131- 


-3478-01 




C0NN,RCPT,ELEC:VERT,2 X 10,0.1 SPACING 


80009 


HOrwUU / 


311- 


-2318-00 




RES,VAR,N0NW 


5K 0W,30%,0,5W 


32997 


0RDER BY 


DESCR 


A6R3008 


ill 


is i c nn 




RES,VAR,NONWW 


2K OHM,20%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3009 


oil 


0Q17 nn 




RES,VAR,N0NVW 


5K OHM,30%,0.25W 


32997 


ORDER BY 


DESCR 


HDKOUIU 


31 1 

Oil 


-?31fi-00 

COlO uu 




RES,VAR,N0NWW 


5K OHM,30%,0.5W 


32997 


ORDER BY 


DESCR 


APD^m i 
AdKjUIJ. 


311 


-2316-00 




RES,VAR,N0NWW 


2K 0HM,20%,0.5W 


32997 


ORDER BY 


DESCR 


ABR3013 


311 


-2316-00 




RES,VAR,N0NVW 


2K 0HM,2O%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3014 


311 


-2318-00 




RES,VAR,N0NWW 


5K OHM,30%0.5W 


32997 


ORDER BY 


DESCR 


ABR3015 


311 


-2316-00 




RES,VAR,N0NW 


2K OHM,20%0.5W 


32997 


ORDER BY 


DESCR 


ABR3016 


311 


-2316-00 




RES,VAR,N0NWW 


2K OW,20%, 0.5W 


32997 


ORDER BY 


DESCR 


A6R3017 


311 


-2316-00 




RES.VAR.N0NWW 


2K OW,20%,0.5W 


32997 


ORDER BY 


DESCR 


ABR3018 


311 


-2318-00 




RES.VAR.NONW 


5K OHM,30%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3019 


311 


-2316-00 




RES.VAR.N0NWW 


2K 0HM,20%,0.5W 


32997 


ORDER BY 


DESCR 


A6R3912 


311 


-2317-00 




RES,VAR,N0NWW 


5K 0HM,30%,0.25W 


32997 


ORDER BY 


DESCR 
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2467B 



Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial /Assembly No. Mfr. 



Component No. 


Part No. Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A6A1 




PTRTIITT RD ASSY-FRONT PANFI 










fRFPI APFABI F AT Afi 1 FVEL ONLY) 

r\i_r i_nui_nuLL r\i nu llvll uiil i / 








?ai -nqnq-nn 


TAP FXD PFR DT-0 0??1IF ?CfiL 50V 


54583 


MA12X7R1H223M-T 


A6A1C3002 


281-0909-00 


CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A6A1C3019 


281-0909-00 


CAP,FXD,CER DI:0.022UF,20%,50V 


54583 


MA12X7R1H223M-T 


A6A1CR3001 


i s?— ni4i — n? 

1 JL will UL 


SFMirOND DVr DT-SW ST 30V 150MA 30V 00-3^ 


03508 


DA2527 (1N4152) 


ARA1TR300? 

n \jr\ x ur\ j uul 


1^9-01 41 -09 


SFMirriNn nvr dt-sw st 30V isoma 30V do-35 


03508 

U J JvU 


DA2527 (1N4152) 


ARA1CR3003 

nunxm\ j uuj 


i s?-oi ai -o? 

i JL U1H-1 Ul. 


SFHTPDMn DVr ni-SU SI 30V 150MA 30V DO-35 


03508 

uj Juv 


DA2527 f 1N41521 

UnLJL/ \ XI JL J 


ARAirR3004 


1 S? -01 41-0? 


sFMirnNn nvr m-su si 3nv 150MA 30V do-35 


03508 


DA2527 (1N4152) 


A6A1CR3005 


152-0141-02 


SEMIC0ND DVC r DI:SW,SI f 30V f 150MA r 30V r DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3006 


152-0141-02 


SEMIC0ND DVC r DI:SW,SI f 30V f 150MA f 30V. D0-35 


03508 


DA2527 (1N4152) 


n Uri ±ur\J U U / 


1 S9-01 A1 -0? 


^FMTrnwn nur m-^w ^nv i soma ?ou nn-^s 


03508 

UJ JUU 


DA?5?7 HN415?! 

UnLJL/ \ XlVTl. JC/ 


r\uri j. m\o u uo 


1 S9 -01 AI -0? 

iJL ul*rl Ul 


^FMTrnNn nur m-^w ^ov i soma ^ov do-^5 


03508 

U J JuU 


DA2527 (1N41521 

UnLJL/ ^ llnl JU j 


nOh 1 LJ\ J UUu> 


1 S9-01 ai -09 

iJL Ul 


^FMTrriNn nur m^w ^ou i soma ^ou no-^s 

jD'IIUUIIU UVU, l/x . OH r Oi , JUV r ±0\Jrtr\ t JUV , LA/ O J 


03508 

UJ JUU 


nA?5?7 f1N415?) 

uncjci ^ xiiT^xjuy 




1 R9-PH Al -09 


QPMTpnNn nup nT*^u ^ou isoma ^ou nn-^s 

JCniUUnU UVL , UL . OW , 01 r OUv r iJUrln r OUV , LA/ OO 


UJ JuO 


nA?S97 flN41S?) 

UHlJl/ \ illtlJL j 


A6A1CR3011 


152-0141-02 


SEMIC0ND DVC,DI:SW, SI, 30V, 150HA, 30V, D0-35 


03508 


DA2527 (1N4152) 


A6A1CR3012 


152-0141-02 


SEMIC0ND DVC, DI : SW, SI , 30V, 150MA, 30V, DO-35 


03508 


DA2527 (1N4152) 


AfiA1 rR301 3 


15?-0141-0? 


sFMirnnn nvr m-sw si 30V 150MA 30V do-35 

Jl_l IX VUliU Ur\jfUL . Jrf , Jl, JUV , X JUITi ( J W , U\J J J 


03508 

U J JuU 


DA2527 (1N4152) 

unL je_/ \Xii"XJU/ 


ARAirR3014 


1 5?-0141 -0? 

IDC Ul^l Uc 


^FMTrnNn nur m-^w ^ov i soma ^ov no-^s 

OLJ IlLAJllU U V\j f Ui . On r 1 F Jv» r 1 Jul r\ f JUV r LAJ J J 


03508 

UJJW 


DA2527 flN4152l 

UnuJL / ^ IIVtI JU 1 


ARA1TR3015 


Uc. Ul*tl U£ 


SFMTTONn DVr ni-SW ST 30V 150MA 30V DO-35 

Jul iL v/vJIIU UvVj f U L • Jn , J X r JUV , X Jul m , JUV t LAJ J J 


03508 


DA2527 flN4152) 

L/nL JU/ \ IIitIJl J 


ARA1 CR301 R 


15?-0141-0? 

IDC U1H1 Ud 


sFMimNn nvr ni-sw si 30V 150HA 3ov do-35 

vJL.rll LrUllLf LlVVpJl ■ Jll t Jl r Jul F X Jul ¥ \ , iJUf r L/\J J J 


03508 


DA2527 (1N4152) 


A6A1CR3017 


152-0141-02 


SEMIC0ND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3018 


152-0141-02 


SEMIC0ND DVC,DI:SW,SI,30V,150MA,30V,DO-35 


03508 


DA2527 (1N4152) 




1 S9-01 AI -11? 

IJL Ul^rl UL 


sFMirnNn nvr ni-su si 3nv 150MA 30V do-35 


03508 

U J JUU 


DA2527 flN4152l 

unLJu j i 111^1 JL / 


nUnlurVJULU 


1 S9-01A1-0? 

1J1I U±H1 \)L 


SFMTCONn DVr DI-SW ST 30V 150MA 30V DO-35 

OUI 11 wUIIL/ Lliv, Ui . Jn r Jl r JUV f 4- JUt Irl, Jul , LnJ J J 


03508 

U J JUU 


DA2527 QN41521 




1 S9-01 A1-09 

±JL Uxtl Ul 


SFMirnNn nvr m-sw si sov 150MA 3ov do-35 

JU 11 VuliL/ U Vu r U X • JN ( Jl, JUV F XJUlin r JUV , LfU J J 


03508 

U J JUU 


DA2527 (1N41521 


akaipr^099 

nuHiU\JULL 


1 R9-01 Al -09 
Ijl Ui'rl Ut 


^FMTrriNn nur m-^w ^ou i soma ^ou no-^s 

jLTIluUliU U Vu, U± . On , Jl , JUV r i. Jul In r JUV , LAJ J J 


03508 

UJ JUO 


nA?5?7 (1N415?1 


A6A1CR3023 


152-0141-02 


SEMIC0ND DVC, DI:SW, SI, 30V, 150MA, 30V, D0-35 


03508 


DA2527 (1N4152) 


A6A1CR3024 


152-0141-02 


SEMIC0ND DVC, DI:SW, SI ,30V, 150MA, 30V, DO-35 


03508 


DA2527 (1N4152) 


AF.A1PR309S 


1 S9-01 A1 -09 
J.JL Ul^tl ut- 


sFMiroNn nvr nt-su st sov 155MA 3ov nn-35 


03508 

UJ JUU 


DA2527 flN4152l 


nOnlL-ftJuLU 


1 S9-01 Al -09 
1 jl UlHl ul 


SFMiroNn nvr ni-su si 30V iroma 3nv no-35 


03508 

UJ JUU 


DA?5?7 f1N4l52) 

untJC/ yxii^xjuy 


ACA1 pD3n97 


1 E19_A1 >11 _09 


SFMirnNn nvr ni-su si ^ov iroma ^nv no-ss 

OLrllOUnU UVO, Ul . OW , 01 , Ovv , 1J\A in, OUY , IAJ 3D 


03508 


nA?5?7 f1N415?l 


nurtlurwuuO 


1 S9-01 Al -09 
Ijl Ui*fl Uu 


SFMirnNn nvr ni-su st 3nv 150MA 30V no-35 

OLniLiUIW UVU, Ul . OW , 1 , JUV , UUl in , JUi , LfiJ OD 


03508 

UJ JUU 


nA?5?7 MN415?) 

UnLJL/ ^lIV^l JLy 


A6A1CR3029 


152-0141-02 


SEMI C0ND DVC , DI : SW , S I , 30V , 1 50MA , 30V , D0-35 


03508 


DA2527 (1N4152) 


A6A1CR3030 


152-0141-02 


SEMIC0ND DVC, DI : SW, S I , 30V , 1 50MA , 30V , D0-35 


03508 


DA2527 (1N4152) 


ARAin?3n^i 


1 <i?-0141 -0? 

lOi. U1H1 \3C 


SFMiroNn nvr ni-sw si 30V 150MA sov do-35 

Jl_l rl\jVjllLf LJVvy r L/l • Jn , Jl , JUV , X Jul lr\ r JUV F L/U J J 


03508 

u J JUU 


DA2527 flN4152) 

UnLJL/ y IIItX JL J 


ARAirR3fl3? 


is?-oidi-o? 


SFMTCOND nvr m-SW ST 30V 150MA 30V DO-35 

j i_r 1 1 iajiilj L/?V| ui . on 1 J 1 |juv fijui in, juv , uu j j 


03508 

uj juu 


DA2527 (1N4152) 


ARA1T.R3033 

nUm 1 UFV. J U J J 


15? -01 41-0? 


SFMTCOND DVC DT-SW SI 30V 150MA 30V D0-35 

JLI Ill/UI 1U UVw, Ul i JU , Jl f Jut , 1 JUI n , JWi , L/u J J 


03508 

UJ JUU 


DA2527 (1N4152) 


rtur\ j. w*. j wt 


1 5?-0141 -0? 

LDC Ul^+l UC 


SFMiroNn nvr m-sw si 30V 150MA 30V do-35 

Jl_l 11 Lj-VJIlU U V\j f U 1 > Jri >J1 |Jvi r 1 Jul n, Jul r LAJ JJ 


03508 

UJ JUU 


DA2527 (1N4152) 


A6A1CR3035 


152-0141-02 


SEMIC0ND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3036 


152-0141-02 


SEMIC0ND DVC, DI:SW, SI, 30V, 150MA, 30V, DO-35 


03508 


DA2527 (1N4152) 


ASA1CR3037 

nummxuu J/ 


15?-0141-0? 

X -JL. UiTl UL 


SFMTCOND DVC DT-SW SI 30V 150MA 30V DO-35 

JLI 11 LAyllU L/TUfUl « JW, Jl fju* f X Jul tr\ r ju ¥ r L/u J J 


03508 


DA2527 (1N4152) 


ARA1TR3038 


15?-0141-0? 

J. JL Will Ut_ 


SFMTCOND DVC DI-SW SI 30V 150MA 30V DO-35 

JLI iluvl lu L>lu,Ul > Jn r Jl , JUV r 1 Jul « \ r Ju V F 1A/ J J 


03508 

UJ JUU 


DA2527 (1N4152) 


AfiA1CR303 <: ) 


is?-oi4i-o? 


SFMirOND DVf DT-SW ST 30V 150MA 30V DO-35 

JU iiuullLJ L» ?u ( U X * Jn f J X | UVV , X JUI n, JUV r W J J 


03508 

UJ JUU 


DA2527 (1N4152) 

UnLJL' \ xi v^x jl j 


ARA1 CR3040 

nun l m\u w^vJ 


15?-0141-0? 

IJL Ulti UC 


SFMTCOND DVf DI-SW SI 30V 150MA 30V DO-35 

JLI IX LAJI lu L/Vv, Ul • JVr , Jl r Ju v v X JUI in , Jul , uv J J 


03508 

U J JUU 


DA2527 (1N4152) 


A6A1CR3041 


152-0141-02 


SEMIC0ND DVC,DI:SW, SI, 30V, 150MA.30V, DO-35 


03508 


DA2527 (1N4152) 


A6A1CR3042 


152-0141-02 


SEMIC0ND DVC,DI:SW,SI,30V,150MA,30V,DO-35 


03508 


DA2527 (1N4152) 


ARA1 rR30A3 


1 R?-0141-ft? 

IDC UiHl U£ 


SFMirnNn nvr ni-sw si snv isoma 30V no-35 

oui iiuuiiu uvirf, ui . ow , 1 , ju v , um in, jui , la/ 


03508 


DA?5?7 HN4152) 

unt-JL/ i^in^xjuy 


ARAirR3044 


1 5?-0141-0? 

IDC ul*+l Ut 


SFMTrOND DVC DT-SW ST 30V 150MA 30V D0-35 

JUI 11 LAJIlU UVU, Ul . Jn , Jl , JUV , X JUI In, JUI t LnJ J J 


03508 


DA2527 (1N4152) 


A6A10S3001 


150-1161-00 


LT EMITTING DI0:YELL0W 


50434 


QLMP 1487 


A6A1DS3002 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3003 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3004 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3005 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3006 


150-1161-00 


LT EMITTING DI0:YELL0W 


50434 


QLMP 1487 


A6A1DS3007 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A1DS3008 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 


A6A10S3009 


150-1160-00 


LT EMITTING DI0:GREEN 


50434 


QLMP 1587 
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Z467B Replaceable Electrical Parts 
2465B/2467B Service 



Conponent No. 


Tektronix 
Part No. 


Serial /Assenfcly No. 
Effective Dscont 


Name & Description 




Mfr. 
Code 


Mfr. Part No. 


A6A1DS3010 


150-1160-00 




LT EMITTING DI0:6REEN 




50434 


QLMP 1587 


A6A1DS3011 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3012 


150-1161-00 




LT EMITTING DIO:YELLCW 




50434 


QLMP 1487 


A6A1DS3013 


150-1160-00 




LT EMITTING DIOrGREEN 




50434 


QLMP 1587 


A6A1DS3014 


150-1160-00 




LT EMITTING 0I0:GREEN 




50434 


QLMP 1587 




1 en 1 1 cn nn 




LI tMllllNu L)lU:bKttN 




31)434 


yi_Mr Loot 


A6A1DS3016 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3017 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3018 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3019 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3020 


150-1160-00 




LT EMITTING DIO: GREEN 




50434 


QLMP 1587 


aca 1 r\CQmi 
AbAiUcoUdl 


1 ca 1 1 C1 r\n 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3022 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3023 


150-1160-00 




LT EMITTING DIO: GREEN 




50434 


QLMP 1587 


A6A10S3024 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A10S3025 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A10S3026 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


AC A 1 nCO AO"7 

AbAlL)b3U2/ 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3028 


150-1161-00 




LT EMITTING DIO: YELLOW 




50434 


QLMP 1487 


A6A1DS3029 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3030 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3031 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3032 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


acai poono^ 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3034 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3035 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3036 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3037 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3038 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


aca 1 nc\3n^o 


1 CA 1 1 CA AA 

lbU-llbU-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3040 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3041 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A10S3042 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A10S3043 


150-1161-00 




LT EMITTING DI0:YELL0W 




50434 


QLMP 1487 


A6A1DS3044 


150-1161-00 




LT EMITTING DIO: YELLOW 




50434 


QLMP 1487 


AbA10S3045 


150-1161-00 




LT EMITTING DIO: YELLOW 




50434 


QLMP 1487 


A6A1DS3046 


150-1160-00 




LT EMITTING D10:GREEN 




50434 


QLMP 1587 


A6A1DS3047 


150-1160-00 




LT EMITTING DIO: GREEN 




50434 


QLMP 1587 


A6A10S3048 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1DS3049 


150-1160-00 




LT EMITTING DI0:GREEN 




50434 


QLMP 1587 


A6A1R3001 


307-0486-00 




RES NTWK,FXD,FI:100 OHM,20%,1.125W 


11236 


750-1Q1-R100 OHM 


ACA 1 D3An9 


ir\~j nene aa 
JU/-Uo9o-UU 




RES NTWK,FX0,FI:9,150 OHM,2%,0.2W EA 


11236 


750-101-R150 OHM 


A6A1R3003 


307-0486-00 




RES NTWK,FXD,FI:100 OHM,20%,1.125W 


11236 


750-101-R100 OHM 


A6A1R3004 


313-1151-00 




RES, FXD, FILM: 150 0HM,5%,0.2W 




57668 


TR20JE150E 


A6A1R3005 


313-1151-00 




RES,FXD,FILM:150 0HM,5%,0.2W 




57668 


TR20JE150E 


A6A1R3006 


313-1101-00 




RES, FXD, FILM: 100 0HM,5%,0.2W 




57668 


TR20JE100E 


A6A1S3001 


260-2280-00 




SW,PUSH BUTTON: MINI MOM. SPST, NORM 


OPEN 


80009 


260-2280-00 


aca i conn? 


£bU-c£OU-UU 




SW,PUSH BUTTON: MINI MOM. SPST, NORM 


OPEN 


80009 


260-2Z80-00 


A6A1S3003 


260-2280-00 




SW.PUSH BUTT0N:MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3004 


260-2283-00 




SWITCH, ROTARY :V0LTS/DIV 




80009 


260-2283-00 


A6A1S3005 


260-2280-00 




SW.PUSH BUTT0N:MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3006 


260-2280-00 




SW.PUSH BUTT0N.-MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3007 


260-2280-00 




SW.PUSH BUTTON:MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3008 


260-2280-00 




SW.PUSH BUTTON: MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3009 


260-2280-00 




SW.PUSH BUTT0N:MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3010 


260-2280-00 




SW.PUSH BUTTON: MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3011 


260-2280-00 




SW.PUSH BUTTON: MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 


A6A1S3012 


260-2280-00 




SW.PUSH BUTTON: MINI MOM.SPST.NORM 


OPEN 


80009 


260-2280-00 
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Tektronix 


Serial /Assembly No. 




Mfr. 




Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


A6A1S3013 


260-2283-00 

L-\J\J LLUu \J\J 




JWi IUn,KUInt\! . VUL 1 0/ Ul V 


qaaao 


*:bU-22o\3-UU 


A6A1S3014 


260-2280-00 




<iW PIKH RIITTnW'MTNT fstflM CPCT MnDM HPFN 


gaaaq 

ouuuy 


cW-ddW-W 


A6A1S3015 


260-2280-00 

L~\JW L_ L—\J\J \JW 




PI RUTTDN-MTNT W"1M QP<:T MHPM OPFW 
ow,ruon DUI luN.nlru run. oro 1 , NUKn Urtli 


qaaao 

ouuuy 


dbO-ddoQ-OU 


A6A1S3016 


260-2280-00 




SW r PU3H BUH0N:MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3017 


260-2280-00 




SW,PUSH BUH0N:MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3018 


260-2280-00 




PIKH RIITTnN-MTNT MOM ^P^T WORM OPFN 


ouuuy 


coU c.cO\j-\JV 


A6A1S3019 


260-2283-00 




^UTTPH RnTARY*\/ni TC/DTU 


qaaao 
ouuuy 




A6A1S3020 


260-2280-00 

^WW l— i—\-t\j WW 




CU PIICH RUTTnM-MTWT MTtM CDCT MADM ADFM 
jW t rUorl DU 1 1 UN . ru Il 1 rUn . o ro 1 , PiuKM Urui 


qaaaa 

ouuuy 


cW-cdow-Qw 


A6A1S3021 


260-2164-01 




On l 1 On i OLIUL. OrUI [HH^UVnL 


AG1£Q 


1 1 A1 AlVO DCO 


A6A1S3022 


260-2280-00 




SW.PUSH BUTTON: MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3023 


260-2280-00 




SW.PUSH BUn0N:MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3024 


260-2280-00 




CU PIICH RMTTnW-MTMT MflM CPCT WADM nDrM 
oW r rUjn DU1 lUn.nilNl PTUn.oro 1 , IwHrr Urtli 


ouuuy 


OCA OOOA HA 

260-2280-00 


A6A1S3025 


260-2280-00 




CW PIICH RlfTTnN'MTNT MHM CPCT MnDM nPFN 
ow,ruon DUI lUi1.nl 111 huh . oro I , IIUKM UrLII 


qaaag 

ouuuy 


OCA OOOA AA 


A6A1S3026 


260-2280-00 




9.U PIKH RIITTON-MTNT W")M CPCT WT1PM nPFW 
jw,rujn uui lun.niiii nun.oroi , liUKn UrLli 


qaaaq 

ouuuy 


OCA OOOA AA 

dbU-tdou-UU 


A6A1S3027 


260-2280-00 

l-WW UUt^V WW 




CU PIICH RIITTflN-MTNT MOM CPCT MO.PM HDFW 
ow,ruon dui iuii.nj.wi huh. oro I r liUt\n Urcii 


qaaao 

ouuuy 


OCA OOOA AA 

cbU-^oU-UU 


A6A1S3028 


260-2280-00 




SW,PUSH BUTTON: MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3029 


260-2280-00 




SW,PUSH BuTT0N:MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3030 


260-2280-00 




SU PUSH RIITTDN-MINT MOM ^P^T NflPM OPFM 


ouuuy 


OCA OOOA AA 
tDU-ililOU-UU 


A6A1S3031 


260-2280-00 




SW PUSH RirTTON-MTNT MflM 9PST W19M fiPFN 

Ofi,rujll DUI lull. 111111 1'IUII.OrOI ,ItUWi UrLll 


ouuuy 


OCA OOQA AA 


A6A1S3032 


260-2280-00 




SW PUSH RUTTON'MTNT MDM ^P>T NORM P.PFN 

Jn,ruoii UUI lUll.rllHl llUII.Or 01 , liury l UrLH 


ouuuy 


OCA-OOQA AA 

£OU ddoU-UU 


A6A1S3033 


260-2280-00 




SW.PUSH BUTTON: MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3034 


260-2280-00 




SW,PUSH BUn0N:MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1S3035 


260-2280-00 




SW,PUSH BUTTON: MINI MOM. SPST, NORM OPEN 


80009 


260-2280-00 


A6A1U3001 


156-2120-00 




MICRCCKT,DGTL:SER-IN PRL-0UT SHIFT RGTR 


80009 


156-2120-00 


A6A1U3002 


156-2120-00 




MICR0CK]",DGTL:SER-IN PRL-0UT SHIFT RGTR 


80009 


156-2120-00 


A6A1U3003 


156-2120-00 




M I CROCKT , DGTL : S ER- 1 N PRL-0UT SHIFT RGTR 


80009 


156-2120-00 


A6A1U3004 


156-2120-00 




MICR0CKT,DGTL:SER-IN PRL-0UT SHIFT RGTR 


80009 


156-2120-00 


A6A1U3005 


156-2120-00 




MICR0CICr,DGTL:SER-IN PRL-0UT SHIFT RGTR 


80009 


156-2120-00 


A6A1U3006 


156-2120-00 




MICRXKT,DGTL:SER-IN PRL-0UT SHIFT RGTR 


80009 


156-2120-00 
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Mfr. 
Code 



Mfr. Part No. 



A8DS100 
A8DS101 
A8DS102 



670-7280-00 
150-0057-01 
150-0057-01 
150-0057-01 



CIRCUIT BD ASSY: SCALE ILLUM 
LAMP, INCAND:5V,0.115A, WIRE. LD, AGED & SEL 
LAMP, INCAND:5V,0.115A, WIRE LO.AGED & SEL 
LAMP,INCAND:5V,0.115A,WIRE LD.AGED & SEL 



80009 670-7280-00 

71744 7153 AS 15 

71744 7153 AS 15 

71744 7153 AS 15 
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Tektronix 


Serial/Assembly No. 




Mfr. 




Ccnponent No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


AQ 


c~jr\ Q017 AC 




rTDPIITT Dn ACCV.U\/ Dl JD CDI V 


onnnQ 

ouuuy 


K7n~Q91 7-nc 
D/U vclf UD 


AQP43nn 


OQI _n77C_Ai 




pad ryn rcD nT.n inc on / Rnu 
L.Ar f rAU,LtK Ul . U. lur f cwo, DUV 


n4999 
UHCCC 


Jnl U0C1U*« V IMH 


AQPAO,nA 
AyL4oU4 


dol-U/ /4-UU 




CAr,rAU,LtK Ul :U.U££MrU,(:U/o, 1UUV 


(VL999 

\y\ccc 


MA901 F99'3MAA 
PWtUiLctOnAA 


A9C4310 


281-0774-00 




CAP.FXD.CER 0I:0.022MFD,2O%,10OV 


04222 


MA201E223MAA 


A9C4330 


281-0774-00 




CAP,FXD,CER DI:0.022MFD,20%,100V 


04222 


MA201E223MAA 


AQP4o,09 


ooo nn77 nn 
coo -UU//-UU 




pad rvn pcd m-oQnDF c°/ cnnu 
LAr p rAU,Lt.K Ul .OOUrr,o/o,oUUv 


OcJDDU 


-c/inp.9/11 1 

OOi OUUDOOIU 


A3L4o4o 


90.1 _n7R£-nn 
doi-u/oo uu 




pad cvn pfd nT-innoF 9n°/ 9finw 

UAr.rAU^LK Ul . lUUrr , c\J/o r cVkjv 


n4999 

\y\ccc 


MAI nfiAl niMAA 
rtMl UDH1 UllTArt 


&QCA7AA 


9Q1 077C m 

doi-U/ /o-Ul 




cad cvn nrD nT.n iiir on°/ cn\/ 
LAr ( hAU r LtK Ul :U. lUr r *:u7o r DUV 


uAccl 


CM nCF1 O/IMAA 
bAIUotlU^HTAA 




901 nooc nn 




pad cvn rro m .oonnDC in°/ innw 
LAr^rAUfLtK Ul .ccVvrr, lu7o,lUUV 


9nQ9.9 


am fmi nnanoooi^ 

4Ulu ¥ llUuAUd£L^ 


A9C4363 


290-0269-01 




CAP r FXD r ELCTLT:0.22UF,5% f 35VJKHZJANTULUM 


56289 


173D224X5035U 


A9C4364 


281-0826-00 




CAP,FXD,CER DI:2200PF ( 10%,100V 


20932 


401EM100AD222K 


fiorfl ore 


oqi H770 nn 




pad cvn pcd ht . /7nnDC inv inni/ 


n/iooo 


MA0niPy179k'AA 

I^cUIL4/^nAA 


AQP/IOCC 

AyL4obb 


onn ri77A ah 




pad cvn ci pti t . 1 nni ic _i_cn on°/ ocwnr* 
LAr, rXU r LLC I L I : lUUUr ,+oQ-cwe> r cdvuL 


C/1 /I70 

o44/o 


cpc Aoci/i nni 
tLt-AtDVlUUL 


flO.P40,C7 


oqi no.no nn 




pad cvn pcd ni-n nooiic on / cnw 
LAr,rAU f UtK Ul : U. UiiUr ,^Ua, DUV 


D4D00 


MA1 9Y7D1 W99^M-T 
nAi cKI Kl X\cCov\- 1 


AQpylOCQ 
ftyL4ouo 


doi-uyuy-uu 




pad cvn pcd m.n nooiic on°/ cn\/ 
tAr f hAU,LtK Ul :U. vccUr ,cU7o, DUV 


E-1 CQQ 

D4Dc5o 


Mfi1 9Y7D1 M79^M-T 
nAltA/KlnZ^on- I 


A9C4377 


281-0774-00 




CAP r FXD,CER DI:0.022MF0 f 2O% t 100V 


04222 


MA201E223MAA 


A9C4380 


283-0429-00 




CAP,FXD,CER DI:270PF r 2O% P 2000V 


51406 


DHR12-Z5U271M-2K 


aqpa^qo 

rwL/tOlJU 


COO UiUD uu 




pap rvn pfd nT-n nuir j^n-9ny or\r\f\\i 

L.Ar f rAU, LtK Ul .if. UlUr ,"roU-flU/o r dUuUV 


DU/UD 


ODH-LDrtt-Uill riiUOi^ 


RcJL.H-'+Ul 


£Oi U/OO UU 




pap cvn pep nT-n 1 iif 9n°/ mnu 

ijrtr , rAU, OCi\ Ul.U.l Ur tUA t lUUV 


n4999 
\JHCCC 


MA4mn 0-4MAA 

rlMHU 1^ i U*tl InM 


AQP4An.9 


oqi _n7s?o._nn 




pap rvn pcd m-n 1 nc 9n°/ mnu 


PA999 


MA4mP1ri4Mflfl 


aqpaao^ 

rtcJL/t'+UO 


9p.3-n97Q-nn 

COO \JCfo~\J\J 




pad cvn pcp m-n nmiir 9n c / ^nnny 

Uttr , rAU, ^LK Ul . v. UUIUr , C\J/a T OUUUV 


OIHUD 


untxit. I oo lUtiioiw 


A9C4409 


283-0115-00 




CAP.FXD.CER OI:47PF,5%,200V 


59821 


2DDT60K470J 


A9C4410 


281-0810-00 




CAP,FXD,CER DI:5.6PF,+/-0.5PF,100V 


04222 


MA101A5R6DAA 


AQP4A1 1 
MyL441 i 


oqi n7CQ nn 
ciol -U/Do UU 




pap cvn pfd nT*47nPF 9n°/ mn\/ 

LAr f rAU r uLK UL .4/Urr , lU/o, 1UUV 


04999 


MA1H1A471MAA 


AQP/1 /! 1 

AyL441(i 


oqi n7Q0 nn 




pad cvn pcd nT.n i iic on°/ innu 
LAr ( rAU,ttK Ul.U.l Ur .cU/o,lUUV 


UQccc 


nA4UlL 1 U4P1AA 


AQP441 "3 
AyL441o 


oqi noi n nn 
dOl-uolU-UU 




PAD FYH PFD nT-C KPF CPF 1 HCAf 
UAr f rAU, LtK Ul . D. Drr ,+/ U.Drr , 1UUV 


04999 


lMnlUlrtOt\DUHn 


AGP4491 


oqi n77C m 
tOl-UZ/D-Ui 




pftD FYn pcd ni-n iiif 9n°/ cnu 

UAr r rAU p LLK Ul . U. lUr t 6UA, DUV 


DA009 
UhCCC 


QA1 OCF1 OAMAA 
OH1 UDl. i LrHriHn 


A9C4422 


281-0707-00 




CAP,FXD,CER DI:15000PF,10%200V 


20932 


402EM200AD153K 


A9C4430 


285-1338-00 




CAP, FXD , MTLZD : 1 . 0UF , 10% , 50V 


55112 


185/1. 0/K/50/AGA 


AQPA4C1 


OQI _n77C_fi1 

COL"\}/ /d-ui 




pad FYn pfd ni-n iiif 9ny enw 

L-Mr , rAU, OCK Ul . U. lUr , tU/o, DUV 


n4999 


CA1 ncFi AAMAA 

jMlUOLlUtl'IrtM 


HSLH-HDO 


9R1 ~n774~nn 

COL Ul /4 w 




PAP FYH PFD ni-A n99MFn 9CP/ 1(Y)M 
LrMr , rAU, LCK Ul . U. \JCCVtt\J, C\J/o, 1UUV 


C\A??9 
sjt+CCC 


MA9niF99^Mflfl 
v\r\C U 1 f~C COvtnn 


HyL't'tOU 


9Q1 n.77C m 




pad FYn pfp ni-n hif 9n°/ cn\/ 

LAr , rAU p L.L.K Ul -U. lUr ,c\j/i, OUV 


04999 
U^LLL 


QA1 nCFI n4MAA 
oRl U D L i U4l ¥ lnn 




9P.1 -n77n~nn 

L.OI u/ / u uu 




pap FYn pfr nT-mnnpF ?(?/ mnv 


xJHCCC 


MAinirm?MAA 

1 Trt 1 U 1 \j X Uo'lnrt 


A9C4470 


290-0269-01 




CAP r FX0 ( ELCTLT : 0. 22UF P 5%, 35V , IKHZ , TANTULUM 


56289 


173D224X5035U 


A9C44S0 


283-0105-00 




CAP,FXD P CER DI : 0. 01UF P +80-20% t 2000V 


60705 


564CBA202IP203ZA 


AQPAAQH 


oQn-n77n~nn 

OSU Ul l u uu 




PAP FYn Fl PTI T - 1 nni IF -1^0.-90°/ 9cunp 
LAr, rAU, LLL 1 L 1 , lUUUr ,"roU tU/o, cDVUL 


CAA73 


FPF-A9CA/in A l 

LLC HiOVlUUL 




1 C9_ni41 -09 




^FMTPPiNn nvp m ■nT ?n\/ 1 coma ?nu nn-?c 

OCnlLiUliU UVL, Ul .Ovt ,01 , OUV , lOUTTn, OUV , UU OO 


uoouo 


UriCOCf (lliH-lJc^ 


AQPR434? 


i ^9-nnsi-nn 

lOC UUOl UU 




^FMTpnwn nup nT*^w "17^ n ifl nn-^R 

OltIILUIIU UVU, UL . On , OL , 1 / Of , U . In, UU OO 


yjf coo 




AQPD437A 
rtyLK40/4 


i co ni vii no 
lot U141 Ut 




QCMTpnun n\/p nT-cu qt ir\\i icnwA ^nw nn-^c 

oLnlLUINU UvL,Ul . jW,ol F oUV r iDUnA,oUv f UU OD 


UoDUo 


nA9C97 f1N41C9l 


A9CR4378 


152-0141-02 




SEMIC0ND DVC , DI : SW , S I , 30V , 1 50MA , 30V, DO-35 


03508 


DA2527 (1N4152) 


A9CR4380 


152-0141-02 




SEMIC0ND DVC, DI : SW, SI , 30V , 150MA, 30V, D0-35 


03508 


DA2527 (1N4152) 


AQPDAA i n 
AyLK441U 


1 £9 nnci nn 




cFMTPnwn n\/p m.cu ct 17CW n ifl nn ^c 
btnlLUliU UVU.Ui .bW,M , 1/DV, U. 1A, UU 00 


A7OC0 

U/ COO 


rUridioi 


AytK441 1 


1 co nnci nn 
iDd-UUbl-UU 




ccMTpnwn n\/p m.cu ct i7Ci/ n ia nn 3C 

btriiLuriU uvL,ui :bw,bi , i/dv,u. ia, uu-od 


U/ COo 


rurliilDi 


AGPD44 1 9 


1 co m vi i no 
lo£-Ul41-U(: 




ccMTPnwn nwp nT.cu ct o.nw 1 cnuA o.nu nn oc 
otniUJNU UVL.Ul :oW, ol , oUV, loUnA r oUV,UU-oD 


no. cnQ 
uoouo 


nA0C97 M W41 C9^ 
UA^Dii/ llN41otJ 


AQPD441 A 
AyLK4414 


1 co m <ii no 




ccMTPnwn rwir nT . cu ct o.nu i cnMA Qnu nn *2c 
otnlLUlNU UVL r Ul .ow f ol ,oUV, lDum,oUV,UU-oo 


no. CHQ 
UOOUO 


nfl9C97 MW41C9^ 
UA«i Dd/ ^ 1 rl4 1 Dd ) 


A9CR4421 


152-0141-02 




SEMIC0ND DVC, DI:SW,SI,30V,150MA, 30V, D0-35 


03508 


DA2527 (1N4152) 


A9CR4422 


152-0061-00 




SEMIC0ND DVC, DI:SW,SI ( 175V,0.1A, D0-35 


07263 


FDH2161 


AyLK44dO 


1 co nnci nn 
lot-UUbl-UU 




c cmtppimh rviir nT . ct / c t 1 7cw n 1 a nn qc 
otMlLUNU UVL, Ul :ow,ol, l/oV,U. lA,UU-oo 


U/ coo 


rUndlOl 


rtf^rxM^f OO 


41-09 

lOt Ulti Ut 




c.FMTPflNTi nVP nT-C-U ?nu 1 c,nMA qny nTl-^^ 

OD IILUmU UVL, ul ■ On , OL , OUV , iOUl Irt , OUV , IAJ OO 


uoouo 


UncJc/ ^ liitiot. y 


A9CR4440 


152-0141-02 




S EMI C0ND DVC , D I : SW , S 1 , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


A9CR4460 


152-0141-02 




S EMI C0ND DVC , D I : SW , S 1 , 30V , 1 50MA , 30V , DO-35 


03508 


DA2527 (1N4152) 


A9CR4490 


152-0429-00 




SEMIC0ND DVC,DI:RECT,SI,5KV,10MA,ED2137 


83003 


VG5X-1 


A9DS4410 


119-2325-00 




SURGE ARRESTER :180V, 15%, 2. 5KA, 3 RADIAL LEAD 


TK1124 


GT-RLSA180D3 


A9E4411 


119-0430-00 




ARSR.ELEC SURGE :90+40-0V, AXIAL WIRE LEADS 


25088 


B1-C90/20 


A9J4371 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 








(QUANTITY OF 2) 






A9J4372 


131-0608-00 




TERMINAL r PIN: 0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 



(QUANTITY OF 2) 
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A9J4390 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 








(QUANTITY OF 2) 






A9J4391 


131-0608-00 




TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A9J4401 


131-0589-00 




TERMINAL, PIN:0. 46 L X 0.025 SQ PH BRZ 


22526 


48283-029 


A9J4403 


131-0566-00 




BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 L 


24546 


DMA 07 


A9L4460 


108-0237-00 




C0IL,RF:FIXED,80UH 


TK2042 


ORDER BY DESCR 


AO! AAQCi 


1 aq aoaa aa 




CUI L , Kr : r lXtU , b2UH 


DAAAO 

ouuuy 


1 AD AOAA AA 


A9P191 


131-3553-00 




TERM SET, PIN:10, 0.025 X 1.9 L.0.10 CTR 


TK1483 


082-2043-RS11 


A9P901 






(SUBPART OF A9W901) 






A9Q4300 


151-0254-00 




TRANS I ST0R : DARLINGTON , NPN , S 1 , 62 5MW , TO-92 


03508 


X38L3118 


A9Q4301 


151-0347-00 




TRANSIST0R:NPN,SI,T0-92 


04713 


SPS7951 


A9Q4331 


151-0444-00 




TRANSI STOR : NPN , S I , TO-92 


04713 


SPS797 


AAAylQCA 


1 ri f\~t AC AA 

ibl-U/4b-Uu 




TRANSISTOR : PNP, SI , TO-220 


61271 


OC A 1 A"7~7A 

ZbAlU//ti 


A9Q4402 


151-0347-00 




TRANS I STOR: NPN, SI, TO-92 


04713 


SPS7951 


A9Q4403 


151-0350-00 




TRANS I STOR : PNP , SI , T0-92 


04713 


SPS6700 


A9Q4422 


151-0347-00 




TRANSISTQR:NPN, SI, TO-92 


04713 


SPS7951 


A9Q4432 


151-0749-00 




TRANS I STOR: PNP, SI, TO-92 


56289 


CT4924 


A9Q4440 


151-0750-00 




TRANS I STOR: NPN, SI, TO-92 


04713 


SPS8405 


aoa/i/iea" 
Ayy44o4 


1 CI AQ/17 AA 




TA AMC T PTflD . hlAU CT TA AO 

lKANSIblOK:NKN,M , IU-92 


A/171 0. 


C DC7AC1 

brb/yol 


A9Q4460 


151-0745-00 




TRANSISTOR: PNP, SI, TO-220 


61271 


2SA1077G 


A9R4300 


322-3402-00 




RES, FXD, FILM: 150K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 150K 


A9R4301 


322-3260-00 




RES,FXD,FILM:4.99K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 4K99 


A9R4302 


315-0101-03 




RES.FXD,CMPSN:100 0HM,5%,0.25W 


01121 


CB1015 


A9R4303 


322-3289-00 




RES,FXD,FILM:10K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 10K0 




OOO 320C AA 

o22-doob-UU 




nrt r*VA CTlU.IAAfr' ALU IP/ n oil TA—TA 

KtS,|-XU,|-lLn:10UK. UnM,17o,U.2W, ll=IU 


C7CCQ 


PDDOA CVC 1 AAf 


A9R4305 


315-0101-03 




RES,FXD,CMPSN:100 0HM,5%,0.25W 


01121 


CB1015 


A9R4306 


321-0339-00 




RES,FXD,FILM:33.2K OHM,l%,0.125W,TC=T0 


07716 


CEAD33201F 


A9R4320 


315-0101-03 




RES,FXD,CMPSN:100 0HH,5%,0.25W 


01121 


CB1015 


A9R4331 


322-3492-00 




RES,FXD,FILM:600K OHM,1%,0.2W,TC=TO 


80009 


322-3492-00 


A9R4332 


321-0510-00 




RES,FXD,FILM:2.00M 0HM,1%,0.125W,TC=T0 


03888 


PME55D20003F 


*,QQA 0.00 

A3K4JOJ 


r ni A7 AA 




ncc rvn t~Ti ti imj auu co/ a olii 

KtS,rXU,HLM:100M 0m r bA,0.2bW 


A1 1 01 


AQ1 A7C 

LblU/b 


A9R4334 


322-3496-00 




RES,FXD,FILM:95KOHM,0.1%,0.2W,TC=T0 


80009 


322-3496-00 


A9R4335 


311-2234-00 




RES , VAR , NONW : TRMR , 5K OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 5K 


A9R4336 


322-3431-00 




RES, FXD, FILM:301K OHM, 1%, 0. 2W,TC=T0 


57668 


CRB20 FXE 301 K 


A9R4336 


322-3481-00 




RES,FXD,FILM:1M 0HM.1%,0.2W,TC=T0 


57668 


CRB20 FXE 1M00 


A9R4337 


321-1720-00 




RES,FXD.FILM:3.24M OHN,l%,0.125W,TC=T0 


14298 


AME57G32403F-T/R 




Oil tw4 UU 




DTC WAD KinkHJJ.TDMD CY AUU 9fl°/ A CU 1 TK1PAD 


Tfi a £n 
1 IU.43U 


brUOU 1 3l\ 


A9R4341 


313-1393-00 




RES,FXD,FILM:39K OHM,5%,0.2W 


57668 


TR20JE 39K 


A9R4342 


311-2239-00 




RES,VAR,N0NWW:TRMR,10OK 04M,20%,0.5W LINEAR 


TK1450 


GF06UT 100K 


A9R4343 


313-1103-00 




RES,FXD,FILM:1(K 0HM,5%,0.2W 


57668 


TR20JE10KD 


A9R4350 


311-2239-00 




RES,VAR,N0NWW:TRMR,100K OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 100K 


A9R4351 


313-1122-00 




RES, FXD, FILM: 1.2K 0HM,5%,0.2W 


57668 


TR20JE01K2 




Ol Q 1 OAO AA 




Arc CVA CTI U.Of ALU OV A Oil 

KLb,rXU,HLM:2K. UnM,bft,U.2w 


b/bbo 


TAOA ICAOL^A 

1 K2UJtU2sU 


A9R4353 


313-1224-00 




RES,FXD,FILM:220K,5%,0.2W 


57668 


TR20JE 220K 


A9R4354 


311-2240-00 




RES,VAR,N0NWW:TRMR,200K 0HM,20%.0.5W LINEAR 


TK1450 


GF06UT 200K 


A9R4359 


313-1153-00 




RES,FXD,FILM:15K,5%,0.2W 


57668 


TR20JE15K0 


A9R4360 


313-1163-00 




RES, FXD, FILM: 16K OHM,5%,0.2W 


57668 


TR20JE16K0 


A9R4361 


313-1220-00 




RES, FXD, FILM: 22 0HM,5%,0.2W 


57668 


TR20JE22E 


AQD/13CO 

AyK4o0d 


TIO ill/ AA 

olo-1114-UU 




Dec rvn ctiu-iial^ no/ a ki 
Ktb , r au , r 1 LH : 1 IUn, b/=, U . 2w 


C7CCO 

b/bbo 


TDOA 1C1 1 t\/ 

! KZUJtllUN 


A9R4363 


313-1123-00 




RES, FXD, FILM: 12K 0HM,5%,0.2W 


57668 


TR20JE12KO 


A9R4364 


313-1134-00 




RES, FXD, FILM: 130K OHM 5%,0.2W 


57668 


TR20JT68 130K 


A9R4365 


311-2238-00 




RES,VAR,N0NVW:TRMR,50K 0HM,2O%,0.5W LINEAR 


TK1450 


GF06UT 50 K 


A9R4366 


313-1124-00 




RES,FXD,FILM:120K OHM,5%,0.2W 


57668 


TR20JE120K 


A9R4367 


322-3437-00 




RES , FXD , FI LM : 348K OHM, 1% , . 2W, TC=T0 


80009 


322-3437-00 


A9R4368 


322-3293-00 




RES,FXD,FILM:11K OHM,1%,0.2W,TC=TO 


57668 


CRB20 FXE 11K0 


A9R4369 


322-3385-00 




RES, FXD, FILM: 100K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 100K 


A9R4370 


311-2234-00 




RES, VAR, N0NW: TRMR, 5K OHM,20%,0.5W LINEAR 


TK1450 


GF06UT 5K 


A9R4371 


313-1101-00 




RES,FXD,FILM:100 OHM,5%,0.2W 


57668 


TR20JE100E 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assembly No. 




Mfr. 




Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


Mfr. Part No. 


AQPA379 
HimtO/ C 


dec ocoo UU 




KLo, TAL), r iLri. Iun UrlH , l/o , U . ilW , IL-IU 


C7KCQ 

0/ Duo 


PPR9n FYF 1 nk'A 
LKDcU Tal IUnU 


AQR4373 


39/>-3?£Q-nn 

OcC OCOo UU 




KLo, rAU, rlLn. 1UK Unri, l/o, U.cW, fO-IU 


C.-70CQ 

0/ Duo 


rPR9fi fyf 1 nkn 

L-KDcU iAt iul\U 


AQR437A 


31 3-1 1 fi3-nn 

OlO 11 DO UU 




Dpc cvpt ETTIM-IKk' HUM W fl 9U 
KLO, rAU, rim. lul\ Unn , o/o , u . dW 


C7RCQ 

D/DDcJ 


I K/lUUCIONU 


A9R4375 


313-1220-00 




RES,FXD,FILM:22 OHM,5%,0.2W 


57668 


TR20JE22E 


A9R4376 


313-1101-00 




RES,FXD,FILM:100 0HM,5%,0.2W 


57668 


TR20JE100E 


A9R4377 


OCC O'+UC? UU 




KLO , rAU, r lLri. / OUT\ uni T i, l/o, U. , 1 U— 1 u 


OUUU3 


JLL OHOj UU 


A9R437R 


3??-34q?-nn 

JlL OH3C UU 




r\LO , r AL/ , r 1 LH . QUUIN urD'l, l/o , U . CVI , 1 U— I u 


OUUUo 


OCC OHjC UU 


AQR437Q 


OlO HOO UU 




t\LO , rAU, rim. ION, O/o, U. CVI 


O/ UDO 


1 f\t.UULlONU 


A9R4380 


307-041 ?-0fl 




RF^ NTWK FXD FT'?5M DHM 5U 
i\Eio m i win, rAU, r i . coi i unn,i/o,u.ow 


uoooo 


Fl 1??%M-1 / 
rLlc.t.Olirri/0 


A9R4381 


322-3239-00 




RES,FXD r FILM:3.01K O^fl, 1%,0.2WJC=T0 


57668 


CRB20 FXE 3K01 


A9R4391 


307-0381-00 




RES t FXD,FILM:4.99 MEG 0HM,l% r 0.5W 


03888 


FL1/2 4.99M +-1% 


AQR44f)1 


OlO lOXI UU 




t\LO , rAU, r 1 LH. J 1U Unt'l , O/o , U . t,W 


0/ UDO 


TP9ft 1FQ 1 nF 
I KCUUlcjIUl 


AQR440? 


OlO 11U1 UU 




r\LO F rAU, r I LIT. 1UU UTTrl,o/o, U . t.W 


Of DDO 


TP9n.iFinnF 

1 r\tUuL.lUUL 


A9R44fl? 


OlO lOCO UU 




i\Lj r rAU t r i u v i. OlN unci , o/o , u . iw 


O/DOO 


TPPfllF 
i tvcUOL OcN 


AQR44D4 


OlO lOlC UU 




r\CO , rAU, r i LH. O. IN UnH t O/o, U. lW 


C7CCQ 
3/ DOO 


TP9n if Rk'i 

1 KcVOL oNl 


A9R4405 


315-0101-03 




RES,FXD,CMPSN:100 OHM f 5% t 0.25W 


01121 


CB1015 


A9R4410 


313-1204-00 




RES r FXD,FILM:200K r 5% ( 0.2W 


57668 


TR20JE 200K 


AQR441 1 

H3lv+*+ll 


Oll OOc? UU 




F\LJ r rAU, r ILrt. CD. IN UnH . l/o, U . en , tu- IU 


C7CCO 
O/ DOO 


PPR9n FYF 9W\ 
uKDcU rAC CON1 


A9R441 ? 


313-1 331 -00 

OlO 1 JJ1 UU 




RF^ FYD FTIM-330 DHM ?U 
i\l.o , tau r r i li i . oou unn , o/o t u . en 


O/ UUO 


TR?n.lF 330F 

1 KCUuL OOUL 


A9R441 % 


31 ^-m ni -fi3 

OlO U1U1 uo 




rf^ fxh PMP^N-mn ohm s / n ^su 

t\L.o F rAu f L-riroi 1 ) . iuu unn , o/o, u. cow 


ni i?i 

Ul lei 


pri nm 

UDlUlO 


A9R441 4 


3? ?-333=i-nn 

OCC oooo uu 




RF^ FXn FTIM-30 1 K* OHM 1% ?W Tf=T0 
tau r r l li i > ou .in un i , i/o , u . lw r i i u 


o/ UUO 


PRR?n FYF 30kf1 

kjt\DcU "AC OUN1 


A9R4415 


322-3277-00 




RES,FXD,FILM:7.5K 0HM,1%,0.2W,TC=T0 


57668 


CRB20 FXE 7K50 


A9R4416 


313-1132-00 




RES, FXD, FILM: 1.3K 0HM,5%,0.2W 


57668 


TR20JE01K3 


AQR44? 1 


OlO 1CU1 UU 




rf^; fvd FTiM-?nn nwi 5°/ n ?u 

r\LO , rAU, r 1 LIT. LUU um,o/o,U.cW 


0/ DDO 


TR9f).1F?n(1F 

1 ItcUuCcUUC 


AQR44?? 


OlO 11U1 UU 




rf<; pyn niM-mn hhm 5°/ n ?w 

r\LO , r au , r i li i . i uu urn*i , o/o , u . cvt 


0/ DUO 


TR?n ifi nnF 


A9R4430 






RFS VAR WW-TRIMMFR ? 5 MFGOHMS 5W 


32997 


ooomi live coo 


AQR4431 


ou/ IcOO uu 




pre cyn FTIM-13M OHM ^ 'tW 
f\LO r tau, r i li i. ion unci r j/o F u . jw 


uoooo 


Fl 1 /? 1 3M fli-M 
rLl/c ion unt'i O/o 


A9R4432 


313-1153-00 




RES,FX0,FILM:15K,5%,0.2W 


57668 


TR20JE15K0 


A9R4433 


321-1720-00 




RES , FXD , Fl LM : 3 . 24M OHM , 1% , . 125W , TC=T0 


14298 


AME57G32403F-T/R 


A9R4434 


OU/ UJOl uu 




RF3 FXD FIIM-4 MFG (Wi 1°/ SU 

l\LO r TAU ,<l LI 1 . *+ . Ca? 1 \L\A \J\ HI, I/O, \J . 


n3ftRR 

uoooo 


F! 1 10 A QQM +-]% 
rLi/ c h • ocri ' i/o 


rwlVTlO 


OCC OHUt uu 




RF^ FXD FTIM-IROK flhiM 1°/ ?W Tf-m 

r\C.O ( rAU, r 1LPI. ±OUN Unt l ( 1A> T U. tW f 1 1 u 


o/ ooo 


rpR?n fyf mnic 

UKDCU PAL lOUN 




307-1 PW-nn 

OU/ ltut uu 




RF 1 ^ FYn FTIM*mM OHM n W n SU 

i\LO, rAU, rlLH. 1UPI Unri , U . O/o , U . OW 


uoooo 


fi 1 19 1 nM4— n c?/ 

r L 1 / c 1 UFrr u . O/o 


AQRMA1 


307-1 ?RA-nn 

OU/ IcUt uu 




RF^ FYH FTIM-10M OHM R / fl SU 

i\LO , rAU F r 1 LH . 1UH UnH , U . O/o r U . OH 


UooOO 


fi 1 19 1 nM+-n 

rLl/c lUnr u.O/o 


A9R4442 


307-1264-00 




RES, FXD, FILM: 10M OHM,0.5% P 0.5W 


03888 


FLl/2 10M+-0.5% 


A9R4443 


322-3392-00 




RES r FXD, FILM: 118K 0HM,1%,0.2W JC=T0 


57668 


CRB20 FXE 118K 


AQRAARn 
ncJrWHOU 


39 9 -3A4 3 _nn 

occ o4*t0 UU 




RFC; FYn FTIM-An'Pk' nt-BM i<y n 7\J Tr-m 
KLO , rAU , r i Ln . *t UcN Unri , l/o , U . Cti , 1 Lr— I U 


Q1 R37 

yiDo/ 


rr F^iY-^An^A'PF 

LL-r oUWUcUc r 


AQPA/IM 
nc'WtOl 


3?i -n^i n-nn 
oci uoiu uu 




PF^ FYPl FT1M-9 nHM DHM 1°/ 1 TP-Tfl 
KLO, rAU, r 1LH. c. Uurf Un", l/o,U . IcoW, 1 Lr-I U 


Uoooo 


DMF^pn9nnn3F 

r rl l ooUc UUUo r 




313-1 m?-nn 

OlO 11UC UU 




PF 1 ^ FVn FT 1 M- 1 kT OHM S / fl ?U 
f\LJ r rAU , r 1 LH . i N UnH , J/o r U . Crl 


C7RCQ 

0/ DDO 


TP?n ifdi i^n 

I KcUJCUlNU 


rtCJ OO 


3i3-i m?-nn 

OlO 11UC uu 




RF^ FVn FTIM'IK" DHM S / H A/ 
f\LO, rAU, r 1 Lrf. IN Unrl p o/o , U . Cti 


0/ ooo 


TP9n.iFm k'n 

I KcUulUINU 


A9R4454 


313-1433-00 




RES r FXD r FILM:43K,5%0.2W 


57668 


TR20JE 43K0 


A9R4460 


322-3327-00 




RES , FXD , Fl LM : 24 . 9K OhW , 1% , . 2W , TC=T0 


57668 


CRB20 FXE 24. 9K 


AQR44R1 

/wl\HtUl 


OCC OHUC uu 




rf^ no FTiM-mm^ ovu r/ n ?u Tr-m 

i\LO, rAU, rlLI 1. lOUN UnH ( l/o, U. CM , 1 l-r 1 U 


C7CCO 
O/ OOO 


pRR^n fyf 1 ^nti" 

L.KDCU rAt. lOUN 


AQR44R3 


31 3-1 1 fl3-f¥l 

OlO 11UO uu 




KLO , rAU, rl LH. 1UN UnH , J/o r U . Cri 


o/DOo 


TP9fYiFi nk"n 

i KcuJlIUNU 


AQR44R3 

no rWHOO 


31 3-1 ?nvnn 

OlO l£UO uu 




RF^ FYn FTiM*9nk' nHM sv n 9\J 

KLO , ~AU r r 1 Ln. CUN UnH, O/o, U . en 


0/ DOO 


TD9/\1F9ni^ 
1 KcUUCcUN 


AqR447D 


31 3-i ?n?-nn 

OlO 1CUC uu 




RF^ FYn FTIM-PK nwM s°/ n ?U 

i\LO, rAU, r 1 Ll*l. CN UlB T i , O/o , U . Crl 


□/ OOO 


TR9rl1Fn9k'n 
1 i\CUUlUcNU 


A9R4471 


301-0104-00 




RES, FXD, FILM: 100K 0HM,5%,0.5W 


19701 


5053aiOOK0J 


A9R4472 


301-0104-00 




RES, FXD, FILM: 100K 0HM,5%,0.5W 


19701 


5053ai00K0J 


AQT434fl 
no l to*tu 


1 ?o-i fiavnn 

1C\J lOOO uu 




XFMR PUR ^TII-HTRH UDI TARF 
Arm , rwn , o i u. niun vulimul 


OUUU3 


l^U 1DOO UU 


no 1 HHOU 


ltU IDOt UU 




Arm , rWI\ , 1 U. nlun VULInuC 


OUUUJ 


LCV IDOt UU 


A9TP4301 


131-0608-00 




TERMINAL PIN- 365 L X 025 BRZ 6LD PL 


22526 


48283-036 


A9TP4302 


131-0508-00 




TERMINAL,PIN:0.365 L X 0.025 BRZ GLD PL 


22526 


48283-036 


A9U4310 


152-0805-00 




SEMIC0ND DVC,DI:HV MULTR,4.67KV INPUT.+14KV 


S4431 


MSR8506 


A9U4332 


156-1191-01 




MI CR0CKT, LINEAR:BIFET, DUAL 0PNL AMPL.SCRN 


80009 


156-1191-01 


A9U4366 


156-0158-07 




M I CR0CKT , L I NEAR : DUAL 0PNL AMPL, SCREENED 


01295 


MC1458J64 


A9U4367 


156-0158-07 




M I CR0CKT , L I NEAR : DUAL 0PNL AMPL, SCREENED 


01295 


MC1458JG4 


A9VR4450 


152-0916-00 




SEMIC0ND DVC.DI :ZENER, SI ,100V, 1% 


80009 


152-0916-00 


A9VR4451 


152-0470-00 




SEMIC0ND DVC, DI :ZEN , SI , 200V , 5%, . 4W, D0-7 


80009 


152-0470-00 


A9VR4453 


152-0470-00 




SEMIC0ND DVC.DI :ZEN, SI, 200V, 5%,0.4W,D0-7 


80009 


152-0470-00 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Component No. 



Tektronix 
Part No. 



Serial /Assembly No. 
Ef f ecti ve Dscont 



Name & Description 



Mfr. 
Code 



Mfr. Part No. 



A9VR4454 
A9VR4455 
A9W901 
A9W4300 



152-0470-00 
152-0470-00 
198-5536-00 

131-0566-00 



SEMICOND DVC,DI:ZEN, SI ,200V, 5%,0.4W,D0-7 
SEMIC0ND DVC , DI :ZEN , SI , 200V, 5%, . 4W, D0-7 
WIRE SET,ELEC:W/CRT SOCKET 
BUS , CONDUCTOR : DUMMY RES, 0.094 0D X 0.225 



80009 152-0470-00 

80009 152-0470-00 

80009 198-5536-00 

24546 0MA 07 



9-50 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 



Tektronix Serial/Assembly No. Hfr. 
Ccnponent No. Part No. Effective Dscont Name & Description Code Hfr. Part No. 

A13 307-1154-00 PASSIVE NETWORK: CRT TERMINATOR 800O9 307-1154-00 
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2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial/Assembly No. 




Mfr. 




Caioonent No. 


Part No. 


Effecti ve 


Dscont 


Name & Description 


Code 


Mfr. Part No. 


A15 


670-9670-00 


B010100 


B010574 


CIRCUIT BD ASSY:H0LD0FF COMPARATOR 


80009 


670-9670-00 


A15 


671-1058-00 


B010575 




CIRCUIT BD ASSY:H0LD0FF COMPARATOR 


80009 


671-1058-00 


A15C166 


283-5187-00 


B010575 




CAP.FXD.CER DI:15PF,5%,100V 


04222 


12061A150JAT050R 


A15C167 


283-5188-00 


B010575 




CAP.FXD.CER DI:100PF,S%,100V 


04222 


12061A101J1T050R 


A15C168 


281-0775-01 


B010100 


B010574 


CAP,FXD,CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A 1 FA1 All 

A15C168 


283-5098-00 


B010575 




CAP.FXD.CER DI:0.1UF,50WVDC 


TK2282 


i d onc7i (\A~rmf\A 


A15C1B9 


281-0863-00 


B010100 


B010574 


CAP.FXD.CER DI:240PF,5%,100V 


04222 


SA101A241JAA 


A15C169 


283-5189-00 


B010575 

x\J*Jl O 




CAP.FXD.CER DI:220PF,5%,100V 


04222 


12061A221JAT050R 


A15C170 


281-0775-01 


B010100 


B010574 


CAP.FXD.CER DI:0.1UF,20%,50V 


04222 


SA105E104MAA 


A15C170 


283-5114-00 


B010575 




CAP.FXD.CER DI:0.1UF,10%,50V,X7R,1206 PKS 


TK2282 


W1206X104K2B04 


A15C172 


281-0814-00 


B010100 


B010574 


CAP.FXD.CER DI : 100 PF,10%,100V 


04222 


MA101A101KAA 


A15C172 


283-5188-00 


B010575 




CAP.FXD.CER DI:100PF,5%,100V 


04222 


12061A101J1T050R 


A15C173 


281-0863-00 


B010100 


R01 0574 


CAP.FXD.CER DI:240PF,5%,100V 


04222 


SA101A241JAA 


A15C173 


283-5189-00 


B010575 




CAP.FXD.CER DI:220PF,5%,100V 


04222 


12061A221JAT050R 


A15C174 


281-0863-00 


B010100 

U V X V x \J\J 


B010574 


CAP.FXD.CER DI:240PF,5%,100V 


04222 


SA101A241JAA 


A15C174 


283-5189-00 


B010575 




CAP.FXD.CER DI:220PF,5%,100V 


04222 


12061A221JAT050R 


A15CR169 


152-5004-00 


B010575 




SEMICOND DVC,DI:SI,SW,SER PR.70V 


04713 


BAV99T1 


A15CR170 


152-5004-00 


B010575 




SEMICOND DVC,DI:SI,SW,SER PR.70V 


04713 


bAvya I l 


A15CR171 


152-5004-00 


B010575 




SEMICOND DVC,DI:SI,SW,SER PR, 70V 


04713 


BAV99T1 


A15CR172 


152-5000-00 


B010575 




SEMICOND DVC,DI:SW,SI,70V,COM CATHODE 


04713 


BAV70 


A15CR173 


152-5004-00 


B010575 




SEMICOND DVC,DI:SI,SW,SER PR. 70V 


04713 


BAV99T1 


A15J160 


131-1425-00 






CONN , RCPT , ELEC : RTANG HEADER, 1 X 36,0.1 SP 


22526 


65521-136 


A15Q157 


151-0190-00 


B010100 


B010574 


TRANS I STOR : NPN , S I , TO-92 


80009 


151-0190-00 


A15Q157 


151-5001-00 


B010575 




TRANS I STOR : NPN , S I , SOT- 23 


OA AAA 

80009 


1 ci cum nn 

Ibl-buUl-UU 


A15Q158 


151-0190-00 


B010100 


R010574 

UUluJf *t 


TRANS I STOR : NPN , S I , TO-92 


80009 


151-0190-00 


A15Q158 


151-5001-00 


B010575 




TRANSIST0R:NPN,SI,S0T-23 


80009 


151-5001-00 


A15Q159 


151-0190-00 


B010100 


B010574 


TRANSISTOR:NPN,SI, TO-92 


80009 


151-0190-00 


A15Q159 


151-5001-00 


B010575 




TRANSISTOR:NPN,SI,S0T-23 


80009 


151-5001-00 


A15Q160 


151-0190-00 


B010100 


B010574 


TRANSISTORiNPN.SI, TO-92 


80009 


151-0190-00 


A15Q160 


151-5001-00 


B0 1057 5 




TRANS I STOR : NPN , SI , SOT- 23 


80009 


151-5001-00 


A15Q161 


151-0190-00 


BQ10100 


B010574 


TRANS I STOR : NPN , SI , TO-92 


80009 


151-0190-00 


A15Q161 


151-5001-00 


R010575 




TRANSISTOR:NPN,SI ,S0T-23 


80009 


151-5001-00 


A15Q162 


151-5029-00 


B010575 




TRANSISTOR : NPN , SI , SOT-23 


80009 


151-5029-00 


A15R158 


313-1102-00 


B010100 


B010574 


RES,FXD,FILM:1K 0HM,5%,0.2W 


57668 


TR20JE01K0 


A15R158 


321-5018-00 


B010575 




RES, FXD, FILM: 1 . O0K, 1%,0. 125W 


01121 


BCK1001FT 


A15R164 


321-5026-00 


B010575 




RES , FXD , FI LM: 4 . 75K, 1%, . 125W 


01121 


BCK4751FT 


A15R165 


321-5018-00 


B010575 




RES, FXD, FILM: 1 . OOK, 1%,0. 125W 


01121 


BCK1001FT 


A15R166 


321-5032-00 


B010575 




RES,FXD,FILM:15.OK,l%0.125W 


01121 


BCK1502FT 


A15R167 


313-1272-00 


B010100 


B010574 


RES,FXD,FILM:2.7K 0HM,5%,0.2W 


57668 


TR20JE 02K7 


A15R167 


321-5023-00 


B010575 




RES,FXD,FILM:2.74K,1%,0.125W 


01121 


BCK2741FT 


A15R168 


313-1102-00 


B010100 


B010574 


RES, FXD, FILM: IK 0HM,5%,0.2W 


57668 


TR20JE01K0 


A 1 ETD 1 CO 

A15R158 


321-5018-00 


B010575 




RES, FXD, FILM: 1 . OOK, Ik, . 125W 


01121 


□pi/1 Am I — r 
BLKlOOlh I 


A15R169 


313-1104-00 


B010100 


B010574 


RES,FXD,FILM:100K 0HM,5%,0.2W 


57668 


TR20JE100K 


A15R169 


321-5047-00 


B010575 




RES,FXD,FILM:100K,1%,0.125W 


01121 


BCK1003FT 


A15R175 


313-1102-00 


B010100 


B010574 


RES, FXD, FILM: IK 0HM,5%,0.2W 


57668 


TR20JE01K0 


A15R175 


321-5018-00 


B010575 




RES , FXD , FI LM: 1 . OOK, 1%, . 125W 


01121 


BCK1001FT 


A15R176 


313-1153-00 


B010100 


B010574 


RES,FXD,FILM:15K,5%,0.2W 


57668 


TR20JE15K0 


A15R176 


321-5032-00 


B010575 




RES,FXD,FILM:15.0K,1%,0.125W 


01121 


BCK1502FT 


A15R177 


313-1752-00 


B010100 


B010574 


RES,FXD,FILM:7.5K 0HM,5%,0,2W 


57668 


TR20JE 07K5 


A15R177 


321-5032-00 


B010575 




RES , FXD, FI LM: 15 . OK, 1%, 0. 125W 


01121 


BCK1502FT 


A15R178 


313-1101-00 


B010100 


B010574 


RES,FXD,FILM:100 0HM,5%,0.2W 


57668 


TR20JE100E 


A15R178 


321-5006-00 


B010575 




RES,FXD,FILM:100 0HM,1%,0.125W 


01121 


BCK1000FT 


A15R179 


313-1151-00 


B010100 


B010574 


RES,FXD,FILM:150 0HM,5%,0.2W 


57668 


TR20JE150E 


A15R179 


321-5006-00 


B010575 




RES, FXD, FILM: 100 OHM, 1%, 0. 125W 


01121 


BCK1000FT 


A15U168 


156-1226-00 


B010100 


B010574 


MICR0CKT,LINEAR:DUAL COMPARATOR 


18324 


LM319F 


A15U168 


156-5119-00 


B010575 




MI CROCKT , L I NEAR : DUAL VOLTAGE COMPARATOR 


80009 


156-5119-00 


A15U169 


156-1540-00 


B010100 


B010574 


MICROCKT, LINEAR:DI0DE ARRAY, 8 ISOLATED XSTR 


07263 


FSA2619P 


A15U169 


156-5174-00 


B010575 




MI CROC KT.DGTL: DUAL M0N0STABLE MULTIVIDER 


01295 


SN74LS221D 
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REV SEP 1989 



9-53 



2467B Replaceable Electrical Parts 
2465B/2467B Service 





Tektronix 


Serial /Assonbly No. 






Nfr. 


Hfr. Part No. 


Component No. 


Part No. 


Effective Dscont 


Name & Description 


Code 


LiU 


oqi nco7 nn 




CAP.FXD.CER 01 :5000PF, +100-0%, 100V 








113 IH/O Ul 




COIL, TUBE DEFLrFXD, TRACE ROTATION 


80009 


119-1478-01 


R134 


311-2312-01 




RES,VAR,N0NWW 


PNL.5K OHM,20%,0.5W 


80009 


311-2312-01 


R351 


311-2312-01 




RES,VAR,N0NWW 


PNL.5K 0HM,2Q%,0.5W 


80009 


311-2312-01 


R352 


311-2312-01 




RES.VAR.NONVW 


PNL.5K 0HM.20%,0.5W 


80009 


311-2312-01 


R975 


311-2313-01 




RES.VAR.NONWW 


5K 0HM,20%,0.5W 


80009 


311-2313-01 


R976 


311-2312-01 




RES.VAR.N0NWW 


PNL.5K OHM,20%,0.5W 


80009 


311-2312-01 


R977 


311-2313-01 




RES,VAR,N0NWW 


5K 0HM,20%,0.5W 


80009 


311-2313-01 


V900 


154-0896-01 




ELECTRON TUBE 


CRT ASSY, FINISHED 


80009 


154-0896-01 
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DIAGRAMS AND CIRCUIT BOARD ILLUSTRATIONS 



Symbols 

Graphic symbols and class designation letters are 
based on ANSI Standard Y32.2-1975. 

Logic symbology is based on ANSI Y32.14-1973 in 
terms of positive logic. Logic symbols depict the logic 
function performed and may differ from the manufac- 
turer's data. 

The overline on a signal name indicates that the signal 
performs its intended function when it is in the low state. 



Abbreviations are based on ANSI Y1. 1-1972. 

Other ANSI standards that are used in the preparation 
of diagrams by Tektronix, Inc. are: 



Y14.15, 1966 Drafting Practices. 

Y14.2, 1973 Line Conventions and Lettering. 

Y10.5, 1968 Letter Symbols for Quantities Used in 

Electrical Science and Electrical 

Engineering. 

American National Standard Institute 
1430 Broadway 
New York, New York 10018 

Component Values 

Electrical components shown on the diagrams are in 
the following units unless noted otherwise: 

Capacitors = Values one or greater are in picofarads (pF). 

Values less than one are in microfarads 

Resistors = Ohms {CI). 



The information and special symbols below may appear in this manual. 



Assembly Numbers and Grid Coordinates 

Each assembly in the instrument is assigned an 
assembly number (e.g., A20). The assembly number 
appears on the circuit board outline on the diagram, inthe 
title for the circuit board component location illustration, 
and in the lookup table for the schematic diagram and 
corresponding component locator illustration. The 
Replaceable Electrical Parts list is arranged by assemblies 
in numerical sequence; the components are listed by 
component number *(see following illustration for 
constructing a component number). 



The schematic diagram and circuit board component 
location illustration have grids. A lookup table with the 
grid coordinates is provided for ease of locating the 
component. Only the components illustrated on thefacing 
diagram are listed in the lookup table. When more than 
one schematic diagram is used to illustratethe circuitry on 
a circuit board, the circuit board illustration may only 
appear opposite the first diagram on which it was il- 
lustrated; the lookup table will list the diagram number of 
other diagrams that the circuitry of the circuit board 
appears on. 



Function Block Title 



Cam Switch 
Closure Chart 
(Dot indicates 
switch closure) 

Etched Circuit Board 
Outlined in Black 




Hefer to Waveform 

Function Block 
Outline 



P/O— Part of 
circuit board 

Assembly Number ■ 

Tektronix Part No. „ 
for circuit boards 



672I-XXXX-XX 

* COMPONENT NUMBER EXAMPLE 



R330 



A23A2R1234 



SYNC GENERATOR 



Modified Component 
{Depicted in Grey, or With 
Grey Outline) - See Parts Ust. 



Strap or Link 



Plug to E C. Board 

I Box J - Identifies Panel 
Controls, Connectors and 
Indicators 

Coaxial connectors: 

male 

female 

Plug Index; signifies pin No. 1 
External Screwdriver Adj. 
Shielding 

Selected value, see Parts List 
and Maintenance Section for 
Selection Criteria 



Decoupled or Filtered 
Voltage 

Refer to Diagram Number 



Schematic Name 
and Number 



COLOR CODE 




COLOR 


SIGNIFICANT 
FIGURES 


RESISTORS 


CAPACITORS 


DIPPED 
TANTALUM 
VOLTAGE 

RATING 


MULTIPLIER 


TOLERANCE 


MULTIPLIER 


TOLERANCE 


over 10 pF 


under lOpF 


BLACK 





1 




1 


±20% 


±2 pF 


4 VDC 


BROWN 


1 


10 


±1% 


10 


±1% 


±0.1 pF 


6 VDC 


RED 


2 


10 2 or 100 


±2% 


10 2 or 100 


±2% 




10 VDC 


ORANGE 


3 


10 3 or 1 K 


±3% 


10 3 or 1000 


±3% 




15 VDC 


YELLOW 


4 


10 4 or 10 K 


±a% 


10 4 or 10,000 


+100% -9% 




20 VDC 


GREEN 


5 


10 S or 100 K 


±14% 


10 s or 100.000 


±5% 


±0.5 pF 


25 VDC 


BLUE 


6 


10 6 or 1 M 


±14% 


10 6 or 1,000,000 






35 VDC 


ViOLET 


7 




±1/10% 








50 VDC 


GRAY 


8 






10~ 2 or 0.01 


+80% -20% 


±0.25 pF 




WHITE 


9 






10" 1 or 0.1 


±10% 


±1 pF 


3 VDC 


GOLD 




10" 1 or 0.1 


±5% 










SILVER 




10~ 2 or 0.01 


±10% 










NONE 






±20% 




±10% 


±1 pF 
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Figure 10-1. Color codes for resistors and capacitors. 



COLOR CODE 




COLOR 


SIGNIFICANT 
FIGURES 


RESISTORS 


CAPACITORS 


DIPPED 
TANTALUM 
VOLTAGE 

RATING 


MULTIPLIER 


TOLERANCE 


MULTIPLIER 


TOLERANCE 


over 10 pF 


under 10 pF 


BLACK 





1 




1 


±20% 


±2 pF 


4 VDC 


BROWN 


1 


10 


±1% 


10 


±1% 


±0.1 pF 


6 VDC 


RED 


2 


10 2 or 100 


±2% 


10 2 or 100 


±2% 




10 VDC 


ORANGE 


3 


10 3 or 1 K 


±3% 


10 3 or 1000 


±3% 




15 VDC 


YELLOW 


4 


10 4 or 10 K 


±a% 


10 4 or 10,000 


+100% -9% 




20 VDC 


GREEN 


5 


10 s or 100 K 


±%% 


10 s or 100,000 


±5% 


±0.5 pF 


25 VDC 


BLUE 


6 


10 5 or 1 M 


±%% 


10 6 or 1,000,000 






35 VDC 


VIOLET 


7 




±1/10% 








50 VDC 


GRAY 


8 






10~ 2 or 0.01 


+80% -20% 


±0.25 pF 




WHITE 


9 






10" 1 or 0.1 


±10% 


±1 pF 


3 VDC 


GOLD 




10" 1 or 0.1 


±5% 










SILVER 




10~ 2 or 0.01 


±10% 










NONE 






±20% 




±10% 


±1 pF 
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Figure 10-1. Color codes for resistors and capacitors. 



TYPICAL 



DUAL 




h. 




CASE 




E C B E 



C B E 



METAL CASE 
' TRANSISTORS 



PLASTIC 
CASE 
TRANSISTORS 



LARGE 




CATHODE 
IS FLAT 
SIDE WITH 



SHORT LEAD. 




SINGLE 



DUAL 




. FLAT PACK 
TRANSISTORS 



LED 



FETS- 



INDEX 




REF 



HYBRIDS- 



LEAD CONFIGURATIONS AND CASE STYLES ARE TYPICAL, BUT MAY VARY DUE TO VENDOR CHANGES OR 



INSTRUMENT MODIFICATIONS. 



(4917-33) 6019-99 



Figure 10-2. Semiconductor lead configurations. 



2465B/2467B Service 



To identify any component 
mounted on a circuit board and 
to locate that component in the 
appropriate schematic diagram 



Locate the Circuit Board Illustration 

a. Identify the particular circuit board that the component is 
located on by using the Circuit Board Location 
illustration (Figure 9-5) to determine the Assembly 
Number. 

b. In the manual locate and pull out tabbed page whose title 
corresponds with the Assembly Number of the circuit 
board. Circuit board assembly numbers and board 
nomenclature are printed on the back side of the tabs 
(facing the rear of the manual). 



2. Determine the Circuit Number 

a. Compare the circuit board with its illustration and locate 
the desired component by area and shape on the illustra- 
tion. 

b. Scan the table adjacent tothe Circuit Board Illustration and 
find the Circuit Number of the desired component. 

c. Determine the Schematic Diagram Number in which the 
component is located. 


















A6 CRT BOARD 




t«3S P80. 



U6IS 



PULL OUT PAGE 
TABS FOR CIRCUIT 
BOARD ILLUSTRATION 




A6 CRT BOARD 



COMPONENTS LOCATED ON SCHEMATIC DIAGRAM _Xj 




Flgun S-7 AG CRT tr 




C602 


es3T 


C603 V-~ 


C641 


csos 


C643 


C671 


C651 


C615 




C616 


Q606 


C617 


Q610 


C618 


Q615 


C619 


Q645 


C624 


Q656 


C626 


Q665 



3. Locate the Component o 

a. Locate and pull out t; 
correspond with the 
determined in thetabl 
and numbers are pri 
(facing the front of th 



Scan the Componer 
schematic diagram a 
desired component. 



COMPONENT LOCATION 
TABLE 











COMPONENTS LOCATED ON SCHEMATIC DIAGRAM 


C670 


Q670 


R677 




C671 


Q672 


R679 




C673 


Q673 


R680 




C680 








C681 


R671 


U617 




P603 


R673 


U618 




P607 


R674 


U619 




Q669 


R675 







CRT CIRCUIT DIAGRAM 



CRT CIRCUIT DIAGRAM 



MANUAL BINDER 



ASSEMBLY NUMBER 
AND CIRCUIT 
BOARD NAME 



ILLUSTRATION FOR 
INSTRUMENT CIRCUIT 
BOARD LOCATION 



5. Locate the Component on the Circuit Board 

a. In the manual, locate and pull out the tabbed page whose 
title and Assembly Number correspond with the desired 
circuit board. This information is on the back side of the 
tabs. 



Using the Circuit Number and grid coordinates, locate the 
component on the Circuit Board Illustration. 



In the circuit board location illustration, determine the 
location of the circuit board in the instrument. 



Find the circuit board in the instrument and compare it 
with its illustration in the manual to locate the desired 
component on the board. 



4. Determine the Circuit Board Illustration and Component 
Location 

a. From the schematic diagram, determine the Assembly 
Number of the circuit board on which the component is 
mounted. This information is boxed and located in a corner 
of the heavy line that distinguishes the board outline. 



Scan the Component Location Table for the Assembly 
Number just determined and find the Circuit Number of the 
desired component. 



Under the BOARD LOCATION column, read the grid 
coordinates for the desired component 




A6 ASSEMBLY 



CM? 



( C6Q3 



BOARD 
LOCATION 



CIRCUIT 
NUMBER 



SCHEM 
LOCATION 




BOARD 
LOCATION 



^~Q(J03 

Q606 
Q610 
Q615 
Q645 


4E 
7C 
70 
3E 


2D 
3D 
30 
3B 




TP624 
U615 


3B 
1D 


2D 
3C 




CHASSIS MOUNTED PARTS 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


L635 


51 


CHASSIS 


V635 


6J 


CHASSIS 




















B95I 






r?il 

V- SYNC ». // 
PROM N ^ 



Figure 10-3, Locating components on schematic diagrams and circuit board illustrations. 



2. Determine the Circuit Number 

a. Compare the circuit board with its illustration and locate 
the desired component by area and shape on the illustra- 
tion. 



Scan the table adjacent to the Circuit Board Illustration and 
find the Circuit Number of the desired component. 



Determine the Schematic Diagram Number in which the 
component is located. 



A6 CRT BOARD 



3. Locate the Component on the Schematic Diagram 

a. Locate and pull out tabbed page whose number and title 
correspond with the Schematic Diagram Number just 
determined in the table. Schematic diagram nomenclature 
and numbers are printed on the front side of the tabs 
(facing the front of the manual). 



Scan the Component Location Table adjacent to the 
schematic diagram and find the Circuit Number of the 
desired component. 



Under the SCHEM LOCATION column, read the grid 
coordinates for the desired component. 



Using the Circuit Number and grid coordinates, locate the 
component on the schematic diagram. 




COMPONENTS LOCATED ON SCHEMATIC DIAGRAM^) W 



is a 

7 


e e e 


• 


T620 




HE2J ' 


e 


e o e 


o 



C602 




Q668 


R625 


jAr.y, y~~" 


C641 




R626 




C643 


R604 


R627 


C671 


C651 


R605 


R630 


C61 5 




R608 


R632 


C616 


Q606 


R609 




C617 


Q610 


R610 




C618 


Q615 


R614 




C619 


Q645 


R616 




C624 


Q656 


R623 




C626 


Q665 


R624 





COMPONENT LOCATION 
TABLE 











COMPONENTS LOCATED ON SCHEMATIC DIAGRAM 


C670 


Q670 


R677 




C671 


Q672 


R679 




C673 


Q673 


R680 




C680 








C681 


R671 


U617 




P603 


R673 


U618 




P607 


R674 


U619 




Q669 


R675 








^■11 
















■1 





e the Circuit Board Illustration and Component 



the schematic diagram, determine the Assembly 
>er of the circuit board on which the component is 
ited. This information is boxed and located in a corner 
i heavy line that distinguishes the board outline. 

the Component Location Table for the Assembly 
>er just determined and find the Circuit Number of the 
id component. 



r the BOARD LOCATION column, read the grid 
inates for the desired component. 



^OBos 






B630 




Q606 
Q610 
Q615 
Q645 


4E 
7C 
7D 
3E 


2D 
3D 
3D 
3B 


TP624 
U615 


3B 
1D 


2D 

3C 




CHASSIS MOUNTED PARTS 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


L635 


51 


CHASSIS 


V635 


6J 


CHASSIS 




PULL OUT 
PAGE TABS 
FOR SCHEMATIC 
DIAGRAMS 





| PARTIAL A€> CRT CIRCUIT E30ARD ] 

CRT CIRCUIT^ 



GND 
FRO* 



Z-AXIS 



Numeral and letter at signal lines 
to or from other diagrams 
indicates the grid coordinates on 
another schematic (for example: 
4K) 



To identify any component in a 
schematic diagram and to locate 
that component on its respective 
circuit board. 




SCHEMATIC DIAGRAM 
NAME AND NUMBER 



4204-58 A 




components on schematic diagrams and circuit board illustrations. 
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FRONT-PANEL 
CONTROLS 



FRONT-PANEL 
INDICATORS 



CH 4 IN O- 



CH 3 IN 



CH 2 IN 



CH 1 IN 




ROW. COL, 
AND ANALOG 
SIGNALS 



LEO DATA 



LOW-VOLTAGE 
POWER 
SUPPLY 



TO ALL 
CIRCUITS 



ANALOG 

AND 
DIGITAL 
CONTROLS 



CD (CONTROL OATA) 



AT AND AV 



REFERENCE VOLTAGES 



MPU 

<•> 



ROM 

<•> 



RAM 
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Figure 10-4. Instrument block diagram. 



2465B/2467B Service 



2 



3 



A 



R 



B 



C 



D 



G 



H 



J 



K 



R23S3 
R22i)3 
B2.Z0 1 ' ' 

ft£204! 

o --i 

^r] sii 



1S2B 



HH 



1124112 

R24UJ5 
Ri43o 

R2Sd4 
R-250 1 
R2502: 
R2S"C3 



U65.1 i p- 



R? 4 i -. 

R2..U32 

£2.2120; 
R2 IB 1 1 
Ft2i£3 

R2065 

R2.UU4 ! 
C2jfi0; 
ft2.0B 1 
RloToZj 

(3007;' 

(S411; 

R-2402 

1EM3' 
ftziij 1 

RiioU 
Swig*' 

R2-4B7 f 
62408 
C2 5.0: 



R2603 - 

R2.S02 R2711-R.2 7L12 ■- 
, R23o5. R2706 
R?7P? R2704O 1 



R±4ll!3 j p20 1,1 

02101 



C2331 

£20 10- , ,Q2U3 



L l i L li ' 



U2101 



clillo 



da'aio" 1 
S2I2 ! I 
R2018 RfflD il2Bit3 ' 

R7BTi 8M1d :jQ232£L 

^ u o-i..- j v^-i i i-n 

R2521,-, rP2fll-3 53 5b '8 J | 

R2S2rj oj « 
CZ4ZjD I RSS ~"t 



.J 2.5.1.. 



! UZ855 , i 1 U2865 ig 

s "j i: n n r LoSaoonC 

R2B£5 E2866,. 

Hiiii.l|![iil :J U Li r 'l 

i cjipt>- Icii'leS'l 

' U2870 1 — i— m :im i 1 

CM CVCNl (S3 



U2940 



TP I 2 



j.i U2995 ; 

fuHiouno 



,112980 j 

- li l.ti DD 



<U- T U2885 



FF1 ( 

Rials 



U2920 



•> U2990 



,irfS : .£fl. 
TF25 



U29B5 



Q.2.89.0 



U2310 



r fill £QI 3 IT U fisS 3 1 js. 

C2434 

CR|iai. U2530.|£ 



.;.fi.Z2G0 ' 
R2.42 1 ! S~ 

(Ml] 

irfe <ckj 1 
ai-i 



ttiiteo cisao 

-j U2405' 

■i ; ; TP6 : 



|242g 



YZ540 



TO 



~J|~ dcr- ' 
7J504! , 



ilU.2 2.Li C242P 



DOOOOOOD 
R26@0,'« 

ftieaz " 

Rli35^ 



CU2S21 
ODD 



iJ F2'.'3l3 
0252D 



41 480 



J5.0 3 . 



R24.4.4 



H U2425: ; 



C i fj 



sn„ TJ263D 



fSsib R2K31 R2732 

u2401 _ idiiSo tisSi 
...u ill, £Eai2 

— ... 0251D ft®3 
U2501 ~ " ! |?S3 7 
i''5'r' R26i 1 IZB33 

U26D1 : faSJl^ 8 

- : *27!d9^ir 7 



R2J21Sj;i 

rSH)^ 

R2T3 U - 

'.R2.Z34 



^t2f3f ««>Z-jg 



U2140 



R2..733 

_ CS2=6g 



C2630 

O (^t- flB| 

R2532 SffiB 



,R2623 



t2Bfl9 



R27.4 



EC 213 

„ R2E24.. .. 

m a: 

J51! ^ a, 

CD 

■ eu . t>j 1 



i Tf . r ,... 

R24i ! 3 
SR22J1 
]R22J2 

R2344 
IR23I43 
; R24J0 
; R24il 

R24L4 2 

R 2.411' 5 



9 



C23S0 j 

■c2aiD 1HJ40 

Iil22# 



U2360 



fB.alo 
fa:ii5 : JP2 



G2.3S2 

U2350 



U2540 Ri..2l4 



TP31 liJUiJiilii i 

C2991 1 W9..Itr_U29_60 

:c" o; Rip4 

:C 1:1: RZ.9IIZ 
-UZ9JQ- CMl il2S09 

r fSalo fi2@oa.; 

::TPH-. r-TPlB 

RTgoz ~" cc 

TP13 



l'.jj: :.'U3. 

IUZ835 



TPZ4 ' - TP21 
112985 



TP23 



C2970 U2970 



TP? 2 



02 540 



a)26SH a2B6iff 



2550 



126140 imi 



C23TE R2451 Ci2SG 

... TP?:"";;." : .., ., :p 1° 

U2415. ; ■ L12Z50' U2:38 : U256& aj257.3 '1)2640 



U2220 



' CilBO 
co co o) m f id 

CD : : t2 ilD CD : CD : cb 
oa ^ I- • c- ■ I j ! c^j c\; 
k ^ at ^ .id; .^:.iai 1 



TP? 



sifit. - . S3' 5*5 3 - ' 
C24B5 ' ! R?'1 3 



O0ODOBO0 
U7FBTT— ' 



nD 4« 



i UZ850 I jjj 



U2930 



ED I 

d.28joc2'ai3 

= dl.9l0 R2903 



3 UZ8Z0 : S 

R292 | 7".-'" J _. R; 
,J i, R2'930' 



, Tf>32 

(QUI 

" ■ "SBP^j4 

U2310 j f U ; 805 j I 
TP20 K-27 TP28 

UZ900 O2800 ; 



R2923 



R,2a20 , 

'< ...i 5R2931 



R"i.9B5 ClMO- ^ 



R2..9D4 R2gag 
RlsDs Rl9:28 



C230P 



C — ■ iD ^ 



D29TJ5 ' 1 

' R29B 
e "9'D 7 , « 

TPi5 ^2830 

'TP47 1 ; ' 1 p'2 G"2 
J41 ! 



Q921 



R9P6 



KZ8B6 
Riaar 



The numbered wave 
board dolly. The wave! 
instrument is running. 
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The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points whenever the 
instrument is running. 
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Figure 10-5 b. A5— Control board (SN B049999 & Below). 
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R2601 


2 


R2931 


7 


U2425 


12 




C2321 


2 


C2960 


12 


R2301 


2 


R2602 


2 


R2932 


7 


U2430 


2 




C2322 


2 


C2965 


12 


R2302 


2 


R2603 


2 


R2933 


7 


U2430 


12 




C2323 


2 


C2970 


12 


R2303 


2 


R2611 


2 


R2934 


7 


U2440 


1 




C2324 


2 


C2980 


12 


R2304 


2 


R2612 


2 


R2935 


7 


U2440 


12 




C2325 


2 


C2981 


12 


R2305 


2 


R2613 


2 


R2960 


7 


U2450 


1 




C2330 


2 


C2990 


12 


R2320 


1 


R2620 


2 


R2961 


7 


U2450 


12 




C2331 


12 


C2995 


12 


R2321 


2 


R2621 


2 


R2995 


7 


U2460 


1 




C2332 


2 






R2322 


2 


R2622 


2 






U2460 


12 




C2333 


2 


CR2230 


2 


R2323 


2 


R2623 


2 


TP1 


1 


U2501 


2 




C2350 


1 


CR2332 


2 


R2329 


2 


R2624 


2 


TP2 


1 


U2501 


12 




C2352 


12 


CR2420 


2 


R2330 


2 


R2625 


2 


TP3 


1 


U2510 


2 




C2360 


1 


CR2421 


2 


R2331 


2 


R2626 


2 


TP4 


1 


U2510 


12 




C2415 


12 


CR2422 


2 


R2332 


2 


R2630 


2 


TP5 


1 


U2520 


2 




C2420 


2 


CR2423 


2 


R2333 


2 


R2631 


2 


TP6 


1 


U2520 


12 




C2421 


2 


CR2610 


2 


R2334 


2 


R2632 


2 


TP7 


1 


U2521 


2 




C2422 


2 


CR2620 


2 


R2340 


2 


R2640 


2 


TP8 


1 


U2521 


12 




C2425 


2 


CR2621 


2 


R2341 


2 


R2643 


2 


TP9 


2 


U2530 


2 




C2430 


2 


CR2640 


2 


R2342 


1 


R2644 


2 


TP10 


7 


U2530 


12 




C2431 


2 






R2343 


1 


R2645 


2 


TP11 


7 


U2540 


1 




C2432 


2 


J251 


1 


R2344 


1 


R2646 


2 


TP12 


7 


U2540 


12 




C2433 


2 


J251 


12 


R2345 


1 


R2647 


2 


TP13 


7 


U2550 


1 




C2434 


2 


J411 


7 


R2346 


2 


R2648 


2 


TP14 


7 


U2550 


12 




C2440 


12 


J411 


12 


R2401 


2 


R2649 


1 


TP15 


7 


U2560 


1 




C2450 


12 


J501 


2 


R2402 


2 


R2701 


2 


TP16 


7 


U2560 


12 




C2451 


12 


J503 


1 


R2403 


2 


R2702 


2 


TP17 


7 


U2570 


1 




C2452 


12 


J504 


2 


R2404 


2 


R2703 


2 


TP18 


7 


U2570 


12 




C2460 


12 


J511 


2 


R2405 


2 


R2704 


2 


TP19 


7 


U2601 


2 




C2465 


1 


J511 


12 


R2406 


2 


R2705 


2 


TP20 


7 


U2601 


12 




C2501 


12 


J512 


1 


R2407 


2 


R2706 


2 


TP21 


7 


U2620 


2 




C2510 


12 


J512 


2 


R2408 


2 


R2707 


2 


TP22 


7 


U2620 


12 | 




C2511 


2 


J512 


12 


R2409 


2 


R2708 


2 


TP23 


7 


U2630 


2 




C2520 


12 


J651 


2 


R2410 


2 


R2709 


2 


TP24 


7 


U2630 


12 




C2521 


2 


J652 


1 


R2411 


2 


R2710 


2 


TP25 


7 


U2640 


1 




C2530 


12 


J652 


2 


R2412 


2 


R2711 


2 


TP26 


7 


U2640 


12 




C2540 


12 


J652 


12 


R2413 


2 


R2712 


2 


TP27 


7 


U2650 


1 




C2542 


12 


J4241 


1 


R2414 


2 


R2720 


2 


TP28 


7 


U2650 


12 




C2550 


12 


J4241 


2 


R2415 


1 


R2721 


2 


TP29 


7 


U2660 


1 




C2610 


12 


J4241 


12 


R2416 


2 


R2730 


2 


TP30 


7 


U2660 


12 




C2621 


2 


J4330 


1 


R2417 


2 


R2731 


2 


TP31 


7 


U2800 


7 




C2622 


2 


J4330 


12 


R2420 


2 


R2732 


2 


TP32 


7 


U2800 


12 




C2623 


2 






R2421 


2 


R2733 


2 


TP33 


7 


U2805 


7 




C2629 


12 


Q2320 


2 


R2422 


2 


R2734 


2 






U2805 


12 | 




C2630 


2 


Q2805 


7 


R2423 


2 


R2735 


2 


U2101 


2 


U2810 


7 




C2631 


2 






R2424 


2 


R2740 


2 


U2101 


12 


U2810 


12 




C2632 


2 


R2001 


2 


R2430 


2 


R2741 


2 


U2140 


1 


U2820 


7 




C2633 


2 


R2002 


2 


R2431 


2 


R2830 


7 


U2140 


12 


U2820 


12 




C2634 


2 


R2004 


2 


R2432 


2 


R2865 


7 


U2160 


1 


U2830. 


7 




C2640 


12 


R2005 


2 


R2433 


2 


R2866 


7 


U2160 


12 


U2830 


12 




C2641 


12 


R2006 


2 


R2434 


2 


R2885 


7 


U2201 


2 


U2835 


7 




C2650 


12 


R2007 


2 


R2435 


2 


R2890 


7 


U2201 


12 


U2835 


12 




C2720 


2 


R2010 


2 


R2440 


1 


R2902 


7 


U2210 


2 


U2850 


7 




C2721 


2 


R2011 


2 


R2441 


1 


R2903 


7 


U2210 


12 


U2850 


12 




C2722 


2 


R2012 


2 


R2442 


1 


R2904 


7 


U2220 


2 


U2855 


7 




C2730 


2 


R2013 


2 


R2443 


1 


R2905 


7 


U2220 


12 


U2855 


12 




C2731 


2 


R2014 


2 


R2444 




R2906 


7 


U2240 


1 


U2860 


7 




C2732 


2 


R2015 


2 


R2461 


| 


R2907 


7 


U2240 


12 


U2860 


12 




C2733 


2 


R2016 


2 


R2465 




R2908 


7 


U2250 


1 


U2865 


7 




C2734 


2 


R2101 


2 


R2501 


2 


R2909 


7 


U2250 


12 


U2865 


12 




C2B20 


12 


R2102 


2 


R2502 


2 


R2910 


7 


U2260 


1 


U2870 


7 




C2821 


12 


R2103 


2 


R2503 


2 


R2911 


7 


U2260 


12 


U2870 


12 




C2830 


12 


R2104 


2 


R2504 


2 


R2912 


7 


U2301 


2 


U2875 


7 




C2831 


12 


R2201 


2 


R2505 


2 


R2913 


7 


U2301 


12 


U2875 


12 




C2835 


12 


R2202 


2 


R2511 


2 


R2914 


7 


U2310 


2 


U2880 


7 




C2836 


12 


R2203 


2 


R2512 


• 2 


R2915 


7 


U2310 


12 


U2880 


12 




C2850 


12 


R2204 


2 


R2513 


2 


R2916 


7 


U2350 


1 


U2885 


7 




C2851 


12 


R2205 


2 


R2520 


2 


R2917 


7 


U2350 


12 


U2885 


12 





2465B/2467B Service 



CIRCUIT 


SCHEM 


mi 1 1 1 n ! — n 
NUMBER 


NUMBER 


U2360 


1 


U2360 


12 


U2401 


2 


U2401 


12 


U2405 


1 


U2405 


12 


U2410 


2 


U2410 


12 


U2415 


1 


U2415 


12 


U2420 


2 


U2420 


12 


U2425 


1 


U2425 


12 


U2430 


2 


U2430 


12 


U2440 


1 


U2440 


12 


U2450 


1 


U2450 


12 


U2460 


1 


U2460 


12 


U2501 


2 


U2501 


12 


U2510 


2 


U2510 


12 


U2520 


2 


U2520 


12 


U2521 


2 


U2521 


12 


U2530 


2 


U2530 


12 


U2540 


1 


U2540 


12 


U2550 


1 


U2550 


12 


U2560 


1 


U2560 


12 


U2570 


1 


U2570 


12 


U2601 


2 


U2601 


12 


U2620 


2 


U2620 


12 


U2630 


2 


U263C 


12 


U2640 


1 


U2640 


12 


U2650 


1 


U2650 


12 


U2660 


1 


U2660 


12 


U2800 


7 


U2800 


12 


U2805 


7 


U2805 


12 


U2810 


7 


U2810 


12 


U2820 


7 


U2820 


12 


U2830 


7 


U2830 


12 


U2835 


7 


U2835 


12 


U2850 


7 


U2850 


12 


U2855 


7 


U2855 


12 


U2860 


7 


U2860 


12 


U2865 


7 


U2865 


12 


U2870 


7 


U2870 


12 


U2875 


7 


U2875 


12 


U2880 


7 


U2880 


12 


U2885 


7 


U2885 


12 



A5— CONTROL/READOUT/BUFFER BOARD (cont) 
(SN B050000 & ABOVE) 



CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


U2890 


7 


U2910 


12 


U2940 


7 


U2965 


12 


U2985 


7 


Y2540 


1 


U2890 


12 


U2920 


7 


U2940 


12 


U2970 


7 


U2985 


12 


Y2540 


12 


U2900 


7 


U2920 


12 


U2950 


7 


U2970 


12 


U2990 


7 






U2900 


12 


U2930 


7 


U2950 


12 


U2975 


7 


U2990 


12 






U2905 


7 


U2930 


12 


U2960 


7 


U2975 


12 


U2995 


7 






U2905 


12 


U2935 


7 


U2960 


12 


U2980 


7 


U2995 


12 






U2910 


7 


U2935 


12 


U2965 


7 


U2980 


12 











CO 



CD 

o 
en 
o 
o 
o 



> 

CD 
O 
< 

m 



2465B/2467B Service 



ACRONYM DICTIONARY 



The following listing explains some of the less obvious acronyms and signal labels used on the schematics. Acronyms 
and labels not shown in this listing may be included in the circuit descriptions (Section 3) and should be obvious if thought 
is given to the intended circuit function. 



+CH1 SIG — hCH4 SIG... positive preamp output signals 
+HORIZ SIG.. .positive horizontal output signal 
+ VERT SIG.. .positive vertical output signal 

— CH1 SIG CH4 SIG.. .negative preamp output signals 

— HORIZ SIG.. .negative horizontal output signal 

-VERT SIG.. .negative vertical output signal 

A SWP CLK...A sweep clock 

A TIM REF...A timing reference 

A TRIG CLK...A trigger clock 

A TRIG LVL...A trigger level 

AO— A1 5.. .address bits 0—15 

AHO...A holdoff 

ATTN CLK.. .attenuator clock 

ATTN STRB.. .attenuator strobe 

B SWP CLK...B sweep clock 

B TIM REF...B timing reference 

B TRIG CLK...B trigger clock 

B TRIG LVL...B trigger level 

B1— B12...DAC input bits 1—12 

BD0—BD7... buffered data bits 0—7 

BDCA. .. bypass delay comparator A 

BDCB. .. bypass delay comparator B 
BDTL...B delayed trigger level selector 
BHO...B holdoff 

BWLB... bandwidth limited B signal 
BYP... bypass 

CA0—CA6... character address bits 0—7 

CD1—CD6... character data bits 1—7 

CH1 OVL... channel 1 overload 

CH1 PA CLK.. .CH1 preamp clock 

CH1 POS...channel 1 position 

CH1 PRB... channel 1 probe 

CH1 TRIG PICKOFF...channel 1 trigger pickoff 

CH1 VAR... channel 1 variable 

CH2 APO+... channel 2 auxiliary pickoff, noninverting 

CH2 OVL.. .channel 2 overload 

CH2 PA CLK.. .channel 2 preamp clock 

CH2 POS... channel 2 position 

CH2 PRB. ..channel 2 probe 

CH2 TRIG PICKOFF...channel 2 trigger pickoff 

CH2 VAR.. .channel 2 variable 

CH3 PRB.. .channel 3 probe 

CH3 TRIG PICKOFF.. .channel 3 trigger pickoff 

CH4 POS. ..channel 4 position 

CH4 PRB.. .channel 4 probe 

CH4 TRIG PICKOFF... channel 4 trigger pickoff 



CLK...clock 

CNTR RESET.. .counter reset 

COL — COL 4.. .column — column 4.. .switch matrix columns 

CONT DATA...control data 

CTC... capacitor, timing compensation 

DO— D7...data bits 0—7 

DAC LSB CLK...DAC least significant data bits clock 

DAC MSB CLK.. .DAC most significant data bits clock 

DAC MUX1 IN...DAC multiplexer 1 input 

DAC MUXO INH...DAC multiplexer inhibit 

DAC MUX1 INH...DAC multiplexer 1 inhibit 

DAC MUX2 INH...DAC multiplexer 2 inhibit 

DAC MUX1 A0...DAC multiplexer 1, address bit 

DAC MUX1 A1...DAC multiplexer 1, address bit 1 

DAC MUX1 A2...DAC multiplexer 1, address bit 2 

DAC MUX1 IN...DAC multiplexer 1 input 

DDO— DD7...dot data bits 0—7 

Dl... display intensity 

DIR. ..display intensity revised 

DISP SEQ CLK.. .display sequencer clock 

DLY A...delay A 

DLY B...delay B 

DLY REF 0... delay reference 

DLY REF 1... delay reference 1 

DOTOK...dot ok 

FB...feedback 

HORIZ OUT...channel 1 output to horizontal in X-Y 

HORIZ POS.. .horizontal position 

HORIZ VAR.. .horizontal variable 

LED CLK.. .LED clock 

LED DATA.. .front panel LED data 

LINE TRIG...60 Hz line trigger 

LINE UP...ac power is above minimum 

MR. ..memory ready 

PORT1 CLK...port 1 clock 

PORT2 CLK...port 2 clock 

PORT3 INH...port 3 inhibit 

PWR DOWN. ..power down 

PWR UP... power up 

QP1 + ...quad pole 1 plus 

QP2+...quad pole 2 plus 

R/W ...read/write 

R/W DLY'D... read/write delayed 

R/W DLYD... read/write delayed 

READOUT HORIZ OUT.. .readout horizontal output 

READOUT VERT OUT.. .readout vertical output 



RO DO.. .readout data out 

ROI... readout intensity 

ROIR.. .readout intensity revised 

ROS FRAME... readout subframe 

ROW 0— ROW 9.. .switch matrix rows 0—9 

SEC/DIV VAR...SEC/DIV variable 

SSA...A selected signal source 

TRACE SEP.. .trace separation 

TRIG LED... trigger LED 

TRIG LEVEL..trigger level 

TRIG STAT STRB...trigger status strobe 

TS1+TS2...trace separation 1 and 2 

TSO... trigger status output 

TXY...triggered X-Y 

VAR OCT...variable octopole (geometry) 

VMA.. .valid memory address 

VQ OUT.. .variable quadrapole output 

VZ OUT. . .va riable Z-axis output 

A AUXTRIG ...A auxiliary trigger 

B AU XTRIG ...B auxiliary trigger 

BWL ...bandwidth limit 

DS~ ...delay select 

E ...e nable 

HSA ...horizontal select A 

HSB ...horizontal select B 

MAG ...magnify 

RDA ...reset delay adjust 

ROA ...readout acknowledge 

ROB ...readout blank 

ROR .. .readout request 

ROS 1 ...readout strobe 1 

ROS 2 ...readout strobe 2 

SGA Z ...sweep gate A to Z axis 

SGA . ..sweep gate A 

SGB Z ...sweep gate B to Z axis 

SGB ...sweep gate B 

TSA ...trigger status A 

TSB ... trigge r status B 

VST— VS4 ...vertical selects 1—4 









A5— CONTROL BOARD 














(SN B049999 & BELOW) 








CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


BT2570 


1 


CR2371 


■| 


R2331 


2 


R2541 


1 


U2210 


12 






CR2420 


2 


R2332 


2 


R2542 


1 


U2220 


2 


C2010 


2 


CR2610 


2 


R2333 


2 


R2543 


1 


U2220 


12 


C2011 


12 


CR2620 


2 


R2334 


2 


R2544 


1 


U2240 


1 


C2101 


12 


CR2621 


2 


R2340 


2 


R2545 


1 


U2240 


12 


C2110 


2 


CR2622 


2 


R2341 


2 


R2560 


1 


U2250 


1 


C2111 


12 


CR2630 


2 


R2342 




R2601 


2 


U2250 


12 


C2112 


12 


CR2631 


2 


R2343 


1 


R2602 


2 


U2260 


1 


C2113 


12 


CR2640 


2 


R2344 


1 


R2603 


2 


U2260 


12 


C2160 


12 


CR2770 




R2345 


1 


R2604 


2 


U2301 


2 


C2220 


12 






R2346 




R2610 


2 


U2301 


12 


C2221 


12 


J251 




R2370 


1 


R261 1 


2 


U2310 


1 


C2230 


2 


J251 


12 


R2401 


2 


R2612 


2 


U2310 


2 


C2240 


1 


J500 




R2402 


2 


R2613 


2 


U2350 


1 


C2320 


12 


J651 


2 


R2403 


2 


R2620 


2 


U2401 


2 


C2321 


2 


J652 




R2404 


2 


R2621 


2 


U2401 


12 


C2322 


2 


J652 


2 


R2405 


2 


R2622 


2 


U2410 


2 


C2330 


2 


J652 


12 


R2406 


2 


R2623 


2 


U2410 


12 


C2331 


12 






R2407 


2 


R2624 


2 


U2420 


2 


C2332 


2 


P501 


2 


R2408 


2 


R2630 


2 


U2420 


12 


C2333 


2 


P503 


■j 


R2409 


2 


R2631 


2 


U2430 


2 


C2340 


1 






R2410 


2 


R2632 


2 


U2430 


12 


C2350 


1 


Q2070 


■| 


R241 1 


2 


R2640 


2 


U2440 


1 


C2351 


1 


Q2170 




R2412 


2 


R2641 


2 


U2440 


12 


C2360 


1 


Q2270 


■j 


R2413 


2 


R2642 


2 


U2450 


1 


C2420 


2 


Q2320 


2 


R2414 


2 


R2643 


2 


U2460 


1 


C2421 


2 






R2415 


2 


R2644 


2 


U2501 


2 


C2422 


2 


R2001 


2 


R2416 


2 


R2645 


2 


U2501 


12 


C2430 


2 


R2002 


2 


R2417 


2 


R2660 


1 


U2510 


2 


C2431 


2 


R2004 


2 


R2420 


2 


R2661 


1 


U2510 


12 


C2432 


2 


R200S 


2 


R2421 


2 


R2701 


2 


U2520 


2 


C2450 


12 


R2006 


2 


R2422 


2 


R2702 


2 


U2520 


12 


C2470 


1 


R2007 


2 


R2430 


2 


R2703 


2 


U2521 


2 


C2S01 


12 


R2010 


2 


R2431 


2 


R2704 


2 


U2521 


12 


C2510 


12 


R2011 


2 


R2432 


2 


R2705 


2 


U2530 


2 


C2511 


2 


R2012 


2 


R2433 


2 


R2706 


2 


U2530 


12 


C2520 


12 


R2013 


2 


R2434 


2 


R2707 


2 


U2540 


1 


C2521 


2 


R2070 


1 


R2440 




R2708 


2 


U2540 


12 


C2530 


12 


R2101 


2 


R2441 


1 


R2709 


2 


U25S0 


1 


C2550 


1 


R2102 


2 


R2442 


1 


R2710 


2 


U2550 


12 


C2551 


1 


R2103 


2 


R2443 




R2711 


2 


U2601 


2 


C2552 


12 


R2104 


2 


R2444 




R2712 


2 


U2601 


12 


C2601 


12 


R2110 


2 


R2470 


1 


R2720 


2 


U2620 


2 


C2610 


12 


R2170 


1 


R2471 


1 


R2721 


2 


U2620 


12 


C2620 


12 


R2171 


■j 


R2500 


1 


R2730 


2 


U2630 


2 


C2621 


2 


R2172 


-| 


R2501 


2 


R2731 


2 


U2630 


12 


C2622 


2 


R2201 


2 


R2502 


2 


R2732 


2 


U2640 


1 


C2630 


2 


R2202 


2 


R2503 


2 


R2733 


2 


U2640 


12 


C2631 


2 


R2203 


2 


R2504 


2 


R2734 


2 


U2650 


1 


C2632 


12 


R2204 


2 


R2505 


2 


R2735 


2 


U2650 


12 


C2640 


1 


R2205 


2 


R2506 


2 


R2740 


2 


U2660 


1 


C2650 


12 


R2206 


2 


R2510 


2 


R2741 


2 
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TEST WAVEFORM SETUP INFORMATION 



The waveform below was obtained at the test point indicated on the accompanying schematic diagram. The waveform is 
representative of the signal that may be expected at the test point whenever the instrument is running. 
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Figure 10-6. A6A1— Front Panel board. 
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See Maintenance Section 



COMPONENT NUMBER EXAMPLE 



Component Number 

A23 A2R1234 

, — n-pi 1 

teemWy . ! , j_ Sc [!™f c 



Chassis-mounted comMments have no Assembly Numbpr 
prefix — see enc of Replaceable Elect' , 'ca [ Parts List. 



A6A1— FRONT PANEL BOARD 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


C3001 


12 


CR3037 


3 


DS3032 


3 


S3015 


3 


C3002 


12 


CR3038 


3 


DS3033 


3 


S3016 


3 


C3019 


12 


CR3039 


3 


DS3034 


3 


S3017 


3 






CR3040 


3 


DS3035 


3 


S3018 


3 


CR3001 


3 


CR3041 


3 


DS3036 


3 


S3019 


3 


CR3002 


3 


CR3042 


3 


OS3037 


3 


S3020 


3 


CR3003 


3 


CR3043 


3 


DS3038 


3 


S3021 


3 


CR3004 


3 


CR3044 


3 


DS3039 


3 


S3022 


3 


CR3005 


3 






DS3040 


3 


S3023 


3 


CR3006 


3 


DS3001 


3 


DS3041 


3 


S3024 


3 


CR3007 


3 


DS3002 


3 


DS3042 


3 


S3025 


3 


CR3008 


3 


DS3003 


3 


DS3043 


3 


S3026 


3 


CR3009 


3 


DS30O4 


3 


DS3044 


3 


S3027 


3 


CR3010 


3 


DS3005 


3 


DS3045 


3 


S3028 


3 


CR3011 


3 


DS3006 


3 


DS3046 


3 


S3029 


3 


CR3012 


3 


DS3007 


3 


DS3047 


3 


S3030 


3 


CR3013 


3 


DS3008 


3 


DS3048 


3 


S3031 


3 


CR3014 


3 


DS3009 


3 


DS3049 


3 


S3032 


3 


CR3015 


3 


DS3010 


3 






S3033 


3 


CR3016 


3 


DS3011 


3 


R3001 


3 


S3034 


3 


CR3017 


3 


DS3012 


3 


R3002 


3 


S3035 


3 


CR3018 


3 


DS3013 


3 


R3003 


3 






CR3019 


3 


DS3014 


3 


R3006 


3 


U3001 


3 


CR3020 


3 


DS3015 


3 


R3007 


3 


U3001 


12 


CR3021 


3 


DS3016 


3 


R3008 


3 


U3002 


3 


CR3022 


3 


DS3017 


3 






U3002 


12 


CR3023 


3 


DS3018 


3 


S3001 


3 


U3003 


3 


CR3024 


3 


DS3019 


3 


S3002 


3 


U3003 


12 


CR3025 


3 


DS3020 


3 


S3003 


3 


U3004 


3 


CR3026 


3 


DS3021 


3 


S3004 


3 


U3004 


12 


CR3027 


3 


DS3022 


3 


S3005 


3 


U3006 


3 


CR3028 


3 


DS3023 


3 


S3006 


3 


U3005 


12 


CR3029 


3 


DS3024 


3 


S3007 


3 


U3006 


3 


CR3030 


3 


DS3025 


3 


S3008 


3 


U3006 


12 


CR3031 


3 


DS3026 


3 


S3009 


3 






CR3032 


3 


DS3027 


3 


S3010 


3 


W652 


3 


CR3033 


3 


DS3028 


3 


S3011 


3 


W662 


12 


CR3034 


3 


DS3029 


3 


S3012 


3 






CR3035 


3 


DS3030 


3 


S3013 


3 






CR3036 


3 


DS3031 


3 


S3014 


3 








A6A1— FRONT PANEL BOARD 
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CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


C3001 


12 


CR3037 


3 


DS3032 


3 


S3015 


3 


C3002 


12 


CR3038 


3 


DS3033 


3 


S3016 


3 


C3019 


12 


CR3039 


3 


DS3034 


3 


S3017 


3 






CR3040 


3 


DS3035 


3 


S3018 


3 


CR3001 


3 


CR3041 


3 


DS3036 


3 


S3019 


3 


CR3002 


3 


CR3042 


3 


DS3037 


3 


S3020 


3 


CR3003 


3 


CR3043 


3 


DS3038 


3 


S3021 


3 


CR3004 


3 


CR3044 


3 


DS3039 


3 


S3022 


3 


CR3005 


3 






DS3040 


3 


S3023 


3 


CR3006 


3 


DS3001 


3 


DS3041 


3 


S3024 


3 


CR3007 


3 


DS3002 


3 


DS3042 


3 


S3025 


3 


CR3008 


3 


DS3003 


3 


DS3043 


3 


S3026 


3 


CR3009 


3 


DS3004 


3 


DS3044 


3 


S3027 


3 


CR3010 


3 


DS3005 


3 


DS3045 


3 


S3028 


3 


CR3011 


3 


DS3006 


3 


DS3046 


3 


S3029 


3 


CR3012 


3 


DS3007 


3 


DS3047 


3 


S3030 


3 


CR3013 


3 


DS3008 


3 


DS3048 


3 


S3031 


3 


CR3014 


3 


DS3009 


3 


DS3049 


3 


S3032 


3 


CR3015 


3 


DS3010 


3 






S3033 


3 


CR3016 


3 


DS3011 


3 


R3001 


3 


S3034 


3 


CR3017 


3 


DS3012 


3 


R3002 


3 


S3035 


3 


CR3018 


3 


DS3013 


3 


R3003 


3 






CR3019 


3 


DS3014 


3 


R3006 


3 


U3001 


3 


CR3020 


3 


DS3015 


3 


R3007 


3 


U3001 


12 


CR3021 


3 


DS3016 


3 


R3008 


3 


U3002 


3 


CR3022 


3 


DS3017 


3 






U3002 


12 


CR3023 


3 


DS3018 


3 


S3001 


3 


U30O3 


3 


CR3024 


3 


DS3019 


3 


S3002 


3 


U3003 


12 


CR3025 


3 


DS3020 


3 


S3003 


3 


U3004 


3 


CR3026 


3 


DS3021 


3 


S3004 


3 


U3004 


12 


CR3027 


3 


DS3022 


3 


S3005 


3 


U3005 


3 


CR3028 


3 


DS3023 


3 


S3006 


3 


U3005 


12 


CR3029 


3 


DS3024 


3 


S3007 


3 


U3006 


3 


CR3030 


3 


DS3025 


3 


S300B 


3 


U3006 


12 


CR3031 


3 


DS3026 


3 


S3009 


3 




CR3032 


3 


DS3027 


3 


S3010 


3 


W652 


3 


CR3033 


3 


DS3028 


3 


S3011 


3 


W652 


12 


CR3034 


3 


DS3029 


3 


S3012 


3 






CR3035 


3 


DS3030 


3 


S3013 


3 






CR3036 


3 


DS3031 


3 


S3014 


3 








ANALOG CONTROL 
(SN B049999 & BELOW) 



CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


ASSEMB 


LYA5 










C2010 


10E 


1C 


R2011 


10E 


1B 


R2502 


6D 


3A 


R2720 


8N 


4D 


C2110 


10F 


1C 


R2012 


10E 


1C 


R2S03 


6D 


3A 


R2721 


8J 


4D 


C2230 


6M 


2E 


R2013 


10E 


1C 


R2504 


6D 


3A 


R2730 


7J 


4E 


C2321 


6J 


2D 


R2101 


10N 


1A 


R2505 


6D 


3B 


R2731 


4J 


4E 


C2322 


5J 


2D 


R2102 


10N 


1A 


R2606 


8D 


3B 


R2732 


4L 


4F 


C2330 


ej 


2E 


R2103 


9N 


1A 


R2510 


2F 


3B 


R2733 


4K 


4F 


C2332 


2J 


2E 


R2104 


9N 


1B 


R2611 


3F 


3C 


R2734 


3L 


4F 


C2333 


3J 


2F 


R2110 


3E 


1C 


R2512 


3G 


3C 


R2735 


4M 


4F 


C2420 


5M 


3C 


R2201 


7C 


2A 


R2513 


3F 


3C 


R2740 


4K 


4F 


C2421 


BJ 


3D 


R2202 


7C 


2A 


R2520 


5J 


3C 


R2741 


4M 


4G 


C2422 


5L 


2D 


R2203 


7D 


2A 


R2521 


5K 


3C 








C2430 


6J 


3E 


R2204 


7D 


2A 


R2522 


7L 


3C 


TP2420 


5M 


3D 


C2431 


2J 


3E 


R2205 


7D 


2B 


R2523 


7K 


3D 


TP2421 


5M 


3D 


C2432 


2J 


3F 


R2206 


10C 


2B 


R2524 


7M 


3D 








C2511 


3G 


3C 


R2220 


5L 


2D 


R2530 


6C 


3E 


U2101 


9F 


1A 


C2521 


6L 


3E 


R2230 


6L 


2E 


R2531 


2M 


3E 


U2201 


9C 


2A 


02621 


7J 


3D 


R2231 


2M 


2E 


R2532 


4K 


3E 


U2210 


2E 


2B 


C2622 


7J 


3D 


R2232 


3K 


2F 


R2533 


3M 


3F 


U2220 


2H 


2C 


C2630 


4J 


3E 


R2301 


7D 


2A 


R2534 


2L 


3F 


U2301 


8C 


2A 


C2631 


3J 


3F 


R2302 


7D 


2A 


R2535 


2K 


3F 


U2310 


2C 


2B 


C2720 


8J 


4D 


R2303 


7D 


2A 


R2536 


1D 


3F 


U2401 


3F 


2A 


C2721 


8K 


4D 


R2304 


7D 


2A 


R2537 


3M 


3F 


U2410 


7F 


2B 


C2730 


7K 


4E 


R2305 


7D 


2B 


R2537 


3M 


3F 


U2420A 


4L 


2D 


G2731 


7J 


4E 


R2306 


9C 


2B 


R2540 


8G 


3F 


U2420B 


6K 


2D 


C2732 


3J 


4E 


R2320 


5J 


2D 


R2601 


4N 


4A 


U2420C 


6M 


2D 


C2733 


4J 


4F 


R2330 


6M 


2E 


R2802 


4D 


4A 


U2420D 


5K 


2D 








R2331 


3M 


2E 


R2603 


4D 


4B 


U2430A 


2K 


2E 


CR2230 


2M 


2E 


R2332 


3L 


2E 


R2804 


6D 


3B 


U2430B 


2M 


2E 


CR2231 


3N 


2E 


R2333 


3K 


2F 


R2610 


2F 


3B 


U2430C 


3K 


2E 


CR2232 


3L 


2F 


R2334 


3K 


2F 


R2611 


3G 


3C 


U2430D 


2M 


2E 


CR2233 


3L 


2F 


R2340 


1C 


2F 


R2612 


7N 


4C 


U2501 


5F 


3A 


CR2420 


5M 


3D 


R2341 


1C 


2F 


R2613 


8N 


4C 


U2510 


3G 


3C 


CR2610 


3N 


4C 


R2401 


30 


2A 


R2620 


7M 


4C 


U2520A 


7K 


3D 


CR2820 


7L 


4D 


R2402 


3D 


2A 


R2621 


7L 


4C 


U2620B 


6M 


3D 


CR2621 


8M 


4D 


R2403 


3D 


2A 


R2622 


7M 


4D 


U2521 


6J 


3D 


CR2622 


8M 


4D 


R2404 


3D 


2A 


R2623 


8M 


4D 


U2530 


3J 


3E 


CR2630 


7K 


4E 


R2405 


4C 


2B 


R2624 


8M 


4D 


U2601 


4F 


4A 


CR2631 


4N 


4F 


R2406 


4D 


2B 


R2630 


3L 


4E 


U2820A 


8M 


4D 


CR2640 


3N 


4F 


R2407 


3D 


3A 


R2631 


4M 


4F 


U2620B 


7K 


4D 








R2408 


4D 


3A 


R2632 


4L 


4F 


U2620C 


6C 


4D 


J651 


3A 


3A 


R2409 


4D 


3B 


R2640 


4K 


4F 


U2620D 


7M 


4D 


J651 


4N 


3A 


R2410 


4D 


3B 


R2641 


8G 


4F 


U2630A 


3K 


4E 


J651 


6A 


3A 


R2411 


4D 


3B 


R2642 


8H 


4G 


U2630B 


4M 


4E 


J652 


1N 


1A 


R2412 


4C 


3B 


R2643 


8J 


4G 


U2630C 


3M 


4E 


J652 


7A 


1A 


R2413 


7C 


2C 


R2644 


8J 


4G 


U2630D 


4K 


4E 


J652 


9N 


1A 


R2414 


8D 


2C 


R2645 


8J 


4G 














R2415 


2F 


3C 


R2701 


6D 


4A 


VR2420 


5L 


3D 


P501 


7E 


3C 


R2416 


7E 


3C 


R2702 


6D 


4A 














R2417 


7E 


3C 


R2703 


5C 


4B 


W511 


2N 


4C 


02320 


4M 


2D 


R2420 


6M 


3D 


R2704 


5D 


4B 


W511 


5A 


4C 








R2421 


5L 


2D 


R2705 


5D 


4B 


W511 


5N 


4C 


R2001 


10N 


1B 


R2422 


SL 


3D 


R2706 


SD 


4B 


W512 


1N 


4G 


R2002 


10N 


1B 


R2430 


6K 


2E 


R2707 


5D 


4B 


W512 


2A 


4G 


R2004 


10N 


1B 


R2431 


2M 


2E 


R2708 


5D 


4B 


W512 


4N 


4G 


R2005 


10N 


1B 


R2432 


6K 


3E 


R2709 


5D 


4B 


W512 


6A 


4G 


R2006 


ION 


IB 


R2433 


2K 


3E 


R2710 


5C 


4B 


W512 


8N 


4G 


R2007 


10N 


1B 


R2434 


2M 


3F 


R2711 


5D 


4B 








R2010 


10E 


1B 


R2501 


6D 


3A 


R2712 


5D 


4B 








Patrlal A5 also shown on diagrams 1 and 12. 
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5N 
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4A 
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P512 


1A 


CHASSIS 
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3N 
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8N 
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15 CH4 PQS 



13 TRACE SEP 



FROM 

jsia 

[4A] 
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API 



BATTERY VOLTASfc 



F1WA, 
[ION] 
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MM V 



U2310 
741S273 



><5> 



[4F] 



U2210 

74LS174 
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U2SS0-9<l>k 

rati v 



PORTS CLKI9B0H) 9 



+5VD +SVD +5VD 
<R2S10 <R2610 <R2415 
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SCANNING 




U2601 

4051 



U2501 

40S1 



+5WD +5VD +5VD +3VD 




R2416 
""ioCAL 



P501 



U2410 

14512 




FROM ys, 
U2S50-13 <i> 1 



DAC LS6 CLK tBBOH) 




U2201 

74LS873 . 
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74LS244 



^U2101^ 
AHBOie 



FRONT PANEL SCANNING 



PARTIAL A5 CONTROL BOAflO j 



301K ipso. 
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} 1 our 
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Bll 
BIS 



U2530 

4051 



DAC MUXB IMH 
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<S>- 



DAC HUXO INH 




fDACl 



"<He 



U2S21 

4031 



41 o/ 7 



2465B/2467B 



SCHEM 
LOCATION 



BOARD 
LOCATION 



8N 
8J 
7J 
4J 
4L 
4K 
3L 
4M 
4K 
4M 

5M 
5M 

9F 
9C 
2E 
2H 
8C 
2C 
3F 
7F 
4L 
6K 
6M 
5K 
2K 
2M 
3K 
2M 
5F 
3G 
7K 
6M 
6J 
3J 
4F 
8M 
7K 
6C 
7M 
3K 
4M 
3M 
4K 



2N 
5A 
5N 
1N 
2A 
4N 
6A 
8N 



8A 
8N 



4D 
4D 
4E 
4E 
4F 
4F 
4F 
4F 
4F 
4G 

3D 
3D 

1A 
2A 
2B 
2C 
2A 
2B 
2A 
28 
2D 
2D 
2D 
2D 
2E 
2E 
2E 
2E 
3A 
3C 
3D 
3D 
3D 
3E 
4A 
4D 
4D 
4D 
4D 
4E 
4E 
4E 
4E 

3D 

4C 
4C 
4C 
4G 
4G 
4G 
4G 
4G 



CHASSIS 
CHASSIS 



8 



10 



B 



H 



K 



M 



N 



r<§> 



BNJ •fl"<f>{C3i~l ; Ban FIND 



34 I I I STEP SWITCH 



J512-17 

[1SI 



I HARDWARE I/O 



W512 



FROM 
U2550-12 
[5M] 



P0RT1 CLK [BCOHl 



1 TRIG LEVEL 



14 HORIZ VAR 




FROM 
JS11 
[iOP] 



H - 

4 0- 



n 



I I . CHI PHB 



FROM 
P651 
ISH] 



15 CM POS 



13 TRACE SEP 



FROM 
JS12 
4A] 



n 



FROM 

BT2570+ * 

[am <5>i 



BATTERY VOLT ASS 



P652 \?/ 
[ion] 



FROM /s. 
U2550-14 <1> 1 

rani v 



PAC MSB CLK (07FH) 




U2210 
74L5174 



,P0HT2 CLK (980H) 9 



DMUX fi ANALOG CONTROL 



LEO DATA 5 



+5VD +5VD +! 
<R2510 <R261Q 



POT 
SCANNING 



U2401 
4051 



EN 



U2601 

4051 



U2501 

4QS1 



3 m U2620C . 

TL074 I 

a >i-T W\i— A— VYV — £ 

8 R2506 RS604 



P501 



<R2413 <R220i 



V u £«!416 
£fl2417 T NO CAL 



U2410 
14512 



JUX- 



10K R23D1 




U230 
74LS273 



CN7B RESET 



-<5> l 



U2201 

, 74LS273 , 



U2220 

74LS244 



FROM 
US660-4 <i>fc 

QM v 



P0HT3 IHH(9C3H) 



dac lsb cugeaoH) 




FRONT PANEL SCANNING 




U2530 

40S1 



DAC MUX2 INH 



DM * 
10-7 <T>* 



DAC HUXO INH 



<fl2540 <R2B41 




U2430B 

TL074 



U2430A 

TLQ74 



■1.36V -WV-i-W. 1 



n 



U2430D 

TL074 



U2430C 

TL074 



12232 £ 

— 1 i 



-5V 

1 S CPS 



U2630A 

TL074 , 



5— VA— C 



I 



l.OK 2.74K 



><4> JS11 

:s»i 



><4> JS11 
I V C3AI 



2*<8> J51 T 1° .4 
I4« 




DAC MUX1 A2 ! I I 01. j 

my 



. H2104 . RON 9 



DAC ; 



® 



Static Sensitive Devices 

See Maintenance Section 



■ FOR POWER DISTRIBUTION. 



^ARTWL^^^^»n^R0L^0ARO^^ 



Bia 1 R2007 I 



<3> P65S 
V E6A] 



2465B/2467B 



ANALOG CONTROL <|> 



FRONT PANEL CONTROLS 




CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


ASSEMBLY A6 


C3001 


10N 


4A 


CR3042 


9D 


IE 


DS3042 


8H 


2E 


S3010 


3D 


28 


C3002 


10N 


3F 


CR3043 


3D 


1F 


DS3043 


8H 


2E 


S3011 


6C 


28 


C3019 


10N 


4D 


CR3044 


2D 


3A 


DS3044 


8J 


2E 


S3012 


7C 


28 














DS3045 


8K 


2E 


S3013 


4C 


38 


CR3001 


7D 


2A 


DS3001 


2L 


1A 


DS3046 


8K 


2E 


S3014 


6D 


2B 


CR3002 


8D 


3A 


DS3002 


5G 


4A 


DS3047 


4J 


3E 


S3015 


7D 


2B 


CR3003 


8D 


2A 


DS3003 


5G 


4A 


DS3048 


4K 


3E 


S3016 


2D 


4C 


CR3O04 


8D 


2A 


DS3O04 


5H 


4A 


DS3049 


4K 


3E 


S3017 


2C 


4C 


CR3005 


4D 


2A 


DS3005 


5H 


4A 








S3018 


8C 


2C 


CR3006 


4D 


3A 


DS3006 


6J 


4A 


R3001 


1H 


1A 


S3019 


5C 


3C 


CR3O07 


4D 


2B 


DS3007 


2Q 


1A 


R3001 


2G 


1A 


S3020 


8C 


2D 


CR3008 


4D 


3B 


DS3008 


2H 


2A 


R3001 


2H 


1A 


S3021 


5D 


2D ! 


CR3009 


5D 


3B 


DS3009 


2Q 


1B 


R30O1 


2J 


1A 


S3022 


8B 


1D 


CR3010 


5D 


3B 


DS3010 


2K 


2B 


R3001 


2L 


1A 


S3023 


8B 


2D 


CR3011 


5D 


3B 


DS3011 


2H 


IB 


R3001 


3H 


1A 


S3024 


28 


4D 


CR3012 


5D 


4B 


DS3012 


2K 


2B 


R3001 


5G 


1A 


S3026 


10D 


2E 


CR3013 


8D 


4B 


DS3013 


5K 


4B 


R3002 


1H 


2D 


S3026 


10C 


3E 


CR3014 


4D 


4B 


DS3014 


5K 


4B 


R3002 


3G 


2D 


S3027 


10C 


3E 


CR3015 


3D 


4B 


DS3015 


5L 


4B 


R3002 


3L 


2D 


S3028 


2B 


4E 


CR3016 


3D 


4B 


DS3018 


7G 


4B 


R3002 


6J 


2D 


S3029 


8D 


2E 


CR3017 


2D 


4B 


DS3017 


7G 


4B 


R3002 


6G 


2D 


S3030 


10B 


3E 


CR3018 


2D 


4B 


DS3018 


2J 


1B 


R3002 


6H 


2D 


S3031 


10B 


3E 


CR3019 


7D 


2B 


DS3019 


4G 


2B 


R3002 


8H 


2D 


S3032 


2C 


2E 


CR3O20 


7D 


3B 


DS3020 


4H 


3C 


R3002 


9G 


2D 


S3033 


1B 


3E 


CR3021 


8D 


3B 


DS302I 


4L 


10 


R3003 


1G 


2E 


S3034 


1B 


3E 


CR3022 


7D 


2B 


DS3022 


4G 


1D 


R3O03 


1J 


2E 


S3035 


1D 


2A 


CR3023 


7D 


3B 


DS3023 


4H 


3D 


R3003 


1K 


2E 








CR30Z4 


6D 


3C 


DS3024 


7L 


2E 


R3003 


1L 


2E 


U3001 


10M 


3B 


CR3025 


5D 


3C 


DS3025 


7K 


2E 


R3003 


6H 


2E 


U3001 


5F 


3B 


CR3026 


9D 


1C 


DS3028 


7K 


2E 


R3003 


9G 


2E 


U3002 


10M 


2C 


CR3027 


6D 


3C 


DS3027 


7J 


2E 


R3003 


9H 


2E 


U3002 


2F 


2C 


CR3028 


9D 


1D 


DS3028 


10K 


2E 


R3003 


gj 


2E 


U3003 


10M 


3C 


CR3029 


9D 


1D 


DS3029 


8G 


3E 


R3006 


3H 


2D 


U3003 


4F 


3C 


CR3030 


6D 


3D 


DS3030 


8G 


3E 


R3007 


2K 


4A 


U3004 


10M 


3D 


CR3031 


6D 


3D 


DS3031 


10L 


3E 


R3008 


2K 


4B 


U3004 


7F 


3D 


CR3032 


10D 


3D 


DS3032 


1F 


1E 








U3005 


10M 


2F 


CR3033 


9D 


1D 


DS3033 


7H 


1E 


S3001 


7B 


1A 


U3005 


8F 


2F 


CR3034 


10D 


4D 


DS3034 


8L 


1E 


S3002 


7B 


1A 


U3006 


10F 


3F 


CR3035 


3D 


4D 


DS3035 


7H 


1E 


S3003 


7C 


2A 


U3006 


10M 


3F 


CR3036 


10D 


1E 


DS3036 


10G 


2E 


S3004 


3C 


3A 








CR3037 


10D 


4E 


DS3037 


10G 


2E 


S3005 


6B 


2A 


W652 


10A 


3A 


CR3038 


3D 


4E 


DS3038 


10H 


2E 


S3006 


6C 


2A 


W652 


10N 


3A 


CR3039 


2D 


3E 


DS3039 


10H 


2E 


S3O07 


1C 


4A 








CR3040 


10D 


3E 


DS3040 


10J 


2E 


S3006 


1C 


4A 








CR3041 


2D 


3E 


DS3041 


10K 


3E 


S3009 


6B 


2B 








OTHER PARTS 






P651 


1N 


CHASSIS 


R3008 


2M 


CHASSIS 


R3013 


8M 


CHASSIS 


R3018 


6M 


CHASSIS 


P652 


10N 


CHASSIS 


R3009 


4M 


CHASSIS 


R3014 


2M 


CHASSIS 


R3019 


4M 


CHASSIS 


P652 


1A 


CHASSIS 


R3010 


7M 


CHASSIS 


R3015 


1M 


CHASSIS 














R3011 


6M 


CHASSIS 


R3016 


7M 


CHASSIS 


W651 


9N 


CHASSIS 


R3007 


5M 


CHASSIS 


R3012 


5M 


CHASSIS 


R3017 


3M 


CHASSIS 









FROM 
J6B2-1B 
[3N] 



FRONT PANEL SWITCHES 



THieeen up 
T 



FROM 
0652 
[flRJ 



8 



■9-0^0- 



HELP 

T 

— I — 



] L" 



COL 



COL 1 
COL 2 
COL 3 



COL 4 



j VOLTS/OIV j | VQLTS/PIV | 1 1 KIT tSOX \ 



CH3 

T 



tribber 
T 

—I— 



COL 
COL i 
COL 2 
COL 3 
COL 4 



VOLTS/DIV CHI 



COL 
COL 1 
COL g 
COL 3 
COL 4 



VOLTS/DIV CH2 



COL 

COL 1 

COL Z 

COL 3 



-Vo- 



COL 
COL i 
COL 2 



COL 3 



| CHI | j CH2 j | ACQ | J CH3 | j CH4 | 



VEHTICAL 

T 



VEHTICJU. 

T 

_l 



o o 


6^0 


I 

1 


! CR3001 


COL E 






0^ 


j CR3023 


COL 3 








_i_ CR3022 
o o K 


COL 4 " 



STEP/ 
AUTO 




SAVE 




RECALL 




CHOP/ 
ALT 




20MHZ 
BW LIMIT 



SETUP 

T 



SETUP 

T 







DM TM68ER UP 



TRIGGER UP 



10 



® 



Static Sensitive Devices 

See Maintenance Section 



| STATUS T^g^ 



U3002 

74F164 



U3003 

74F164 



U3001 
74F164 



U3004 

74F164 



U3005 

74F1B4 



>Ci/* 



U3006 

74F164 




+5VD 
CR3003 



+8VD 
l < R3O01 



y 

i DS3011 

H 



+5V0 
iRSOOi 



+3VI 

J 



6 



^r)oS30i9 (jpDS3022 (1^053020 Q ^ 



+5V0 
I R3006 



Q DS3002 Q ^ 



(4) 0S3004 
j PC I IMf 



D530QS ^ 
| BHD | 1MQ 
CHI 




(\ DS3Q28 Q ^ PS3030 Q DS3042 Q ^ DS3043 ( 

| NOisej 



+SVD 
i < R3002 



+5V0 
*< R3O03 



+5V0 
*< R3003 



Q ?) DS3036 Q i) DS3037 Q !)' 



IDS* 

H 



I DS303B 

H 



J DS3039 

H 

TRIGGER 



| PARTIAL A5 FHOW PAMEL ABB8EMBLY j 



2465B/2467B SERVICE 



REV. MAR 15. lSBS 



T 


SCHEM 


BOARD 


R 


LOCATION 


LOCATION 










3D 


2B 




6C 


2B 




7C 


2B 




4C 


3B 




6D 


2B 




7D 


2B 




2D 


4C 




2C 


4C 




8C 


2C 




5C 


3C 




6C 


2D 




5D 


2D 




BB 


1D 




8B 


2D 




2B 


4D 




10D 


2E 




10C 


3E 




10C 


3E 




2B 


4E 




8D 


2E 




10B 


3E 




10B 


3E 




2C 


2E 




1B 


3E 




1B 


3E 




1D 


2A 




10M 


3B 




5F 


3B 




10M 


2C 




2F 


2C 




10M 


3C 




4F 


3C 




10M 


3D 




7F 


3D 




10M 


2F 




8F 


2F 




10F 


3F 




10M 


3F 




10A 


3A 




10N 


3A 






6M 


CHASSIS 




4M 


CHASSIS 




9N 


CHASSIS 



8 



9 



10 



FROM 
J652-16 

[3tA 



B 



H 



K 



FRONT PANEL SWITCHES 



ON TP.I66EP. UP 



HELP 



T 

I 



COL 
COL 1 
COL 2 
COL 3 
COL 4 



| VDLTS/Div] j VOLTS/Oiv] | IMIT I 



T 

i 



TRIGGER 



j COUPLING j 
DN CH2 UP 



COL 
COL 1 
COL 5 
COL 3 
COL 4 



VOLTS/DIV CHI 



COL 1 
COL 2 



VOLTS/OIV CH2 



COL 
COL 1 

col a 

COL 3 



a 




4 


z 

1 


i 




CR3025 COL 








1 






CR3024 COL 1 








<So 






M 

CR3030 COL 2 














M 

CR3031 COL 3 












o^- 


CR3027 COL 4 


S300B 

H 

VERTICAL 

T 


S3009 

H 

VERTICAL 

T 

l 


S3006 

H 

VERTICAL 

T 

1 


S3011 
ERTICAL 

i 


S3014 
VERTICAL 

T 


CR3020 COL 






— d^o — 


i 






CR3019 COL 1 








0^0 


— i 




CR3001 COL 2 










-o^o 




CR3023 COL 3 












o^b— 


M 

CR3022 COL 4 


S3001 




S3O02 


S3003 


53012 


S301S 




STEP/ 
AUTO 




SAVE 


RECALL 




CHOP/ 
ALT 


20KHZ 
BH LIMIT 




SETUP 

w 




SETUP 

T 


SETUP 

T 


ERTICAL 

T 


VERTICAL 





COL 
COL 1 
COL 2 
COL 3 
COL 4 



XiO 




TRACK/ 


MAG 




INOEP 



TRIGGER UP 

T 



DN TRIGGER UP 

T T 



| A/B MENU ] 



Static Sensitive Devices 
See Maintenance Section 



STATUS LEDS 



U3002 

74F164 



U3003 
74F1B4 



U3001 
74F164 



+5V0^ R 

— — ^fcci/- 



U3004 

74F1G4 



U3005 
74F164 



U3006 

74F164 



+5V0 
J R3001 



+5VD 
J R3003 



■WVD 
;R3003 



+5VTJ 
£R3001 



<t>: 



+SWD 
*< R3O0I 



+SVD 
*< R3001 



0S3007 

H 



j OS 

H 



+5VD 

R3O01 



^3 DS3009 DS3008 (\ 



tsvo 

: R3007 



<5- 

) Dsaoia 



^) DS3012 ^3 ^) DSaOlO ^3 ^ 



DS3001 



+5VD 
XR3002 



+5V0 
i < R3002 



(j^DS3019 Q ^033022 ^3 DS3020 (I 



+SVO 

:R300i 
100 

4 )OS3020 



+BVD 
< R3006 



k 



© 



OS3047 



© 



DS3048 



®: 




DS3004 

H 



(1 ^ DS3004 (1 DS3005 ^) 



(/ 
IDS 

B 





k 



IDE 

0* 



DS3013 



(l p DS3014 ^3 ^ 

H 



DS3015 



© 

if 

MZ) 033016 
— ' m» 



^3 053017 ^3 1) 



□ 



;j 

(is 



© 



( 2 J DS3027 



© 



] NORM j 



^3^DS3026 ^3^053025 
J AUTO | 



I" ALT 



© 



© 



+5V0 
1 < R3002 



© 



(ir)DS3029 (j|^DS3030 ^3^ 033042 (\ ^ DS3043 (j[)oS3044 (1 DS3045 ^!^DS30*6 (IP) 







© 



) DS3( 

H 



□ 



+5VD 

R3002 



+5VD 

a 

< R3003 



+5VD 
S R3003 



■^^0S3036 ^^083037 ^3^ 033038 



I OS 



3 



i 0S3040 

H 



© 



© 



M 



N 



I FRONT PANEL POTS 



+J.36V 

[Ti^n BMlg l . TRIG LEVEL 



TRI66ER 1 



+1.36V 
R3017 < M CHI POS 



A REF OR OLY POS 



+1.3SV { 
R3007 ^ . CH2 VAR 



+1.36V 
R3011 ^. TRACE SEP 



SEC/DIV 



+1.36V 
R301o i' . SEC/DIV VAR 



| POSITION | 
CH4 



+1.36V 
R30ie L CH4 POS 



+1.36V 
R3013 CH3 POS 



POWER SUPPLY 



1 -i!aav j 1 



-Oa2#F CAPsl 



U3001-74F164 
U3002-74F164 
U3003-74F164 
U3004-74F164 
U3005-74F164 
U3006-74F164 



T 



| PARTIAL A6 FRONT PANEL ASSSBCLY j 



2465B/24B7B SERVICE 



6863HJ3 
REV- KM) 15. 1889 



FRONT PANEL CONTROLS <|> 



2465B/2467B Service 



A 



B 



C 



C30I 




"C3I0 



U300 



L336 



C336 



H332 
C332 
' S329 
C329 
C!?6 



CI73 



R302 



RI83 

sm: 



>5_H2fflO W/'V 

R202 1" {C3IJ7 

5*0 L30?-*--' 



3£ 



>1 R225 \ 



L2I9 
C220 




H 



K 



L 



M 



N 



^ : <5 ; ir> : rj* : r- cv 
mm in m O 
in in in u> in tfj 
: s£ ! 'a* cr sr ec 



RI9I 
RI90 



RI94 



C830 



DS100 



DS101 



Rj.92 



W500 



DS102 ! 
(P181) W181 ' 



J 512. 



Om in, 



J4!i 



6863-25 



U500 



®1l 



(cats 



CR20OCR2CM 



4 



C202 



R20Q 
I C200 



C203 ,fl03 



U200 



cRia 



,2; 34608 
a Q460A 

R46I 

. R462 
R460 



R463 
R430 
R455 
R456 



R465 .~ 
Fl454~Y 

U450 : ftS - 

? v :,-mmo 

R458 

R4I6 R4I7 



Ri36 
C223 
RI23 



R503 • 
R520 
1521 
CS20 
R52I 

R5I9 

>Gf5Qt 
R5I2' 

RSI3 

i£5ia>l 



R669 



C669 PigO*"" 
SfcVv'160 

C480 

chRTOSio 



A8 




TP800 

o-wras-o 



C109 • 



RI2I 



52 CI05 



CRioeCRiw 




C5I2 



R4I2 
C4I2 



Klin _ 

IN 5 ** firs 



CRI07 



c-J TW5ZV 



U475 



1485 



>Orasr 

R482 
R483 



O 



3-f55JF-0 



A USED ON 2467B ONLY 
* USED ON 2465B ONLY 



R479 



fill 



«r in <rcnm 



RI0O 
CI00 ^ 



UI00 



■£103 



; DLI00 



R6I& 



R403 C404 
n n n ic -jt-409 

O O ^ O „.,, o : "fOQiOiO 

jik-i j 3'' ~J „i ce .j 



R60S 



3600 K KttBg 



U985 



6 



JIO. 
fffijl 
RI02 



CI10 



UNO' 



7 



CRI43 

■CR!4B 
CRI46 



£J18!c= U 4Q 



! RI29 

<RI47 
■CRI40: 
•■CRW»: 

•CRI50 
-CRISI 
CRI5Z 
CRI53 



C207 
C|Z5/ 



LRI0* 



UI20: 



• UI30. 



CiO/ 014 m 
Ci06 ~ : G 

criso 

; RI25 

¥'Rl2S SB* 
CI08 E££ 



^102 „ 



R749 



,9743 



UI50.. 



8 



JI20 ! o 



WI5I 
RI4! 

R;43 

RI40 



-CD 



U700 



sis* 



Ji U350 
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Static Sensitive Devices 

See Maintenance Section 



COMPONENT NUMBER EXAMPLE 



'J949 
S945 R95I 
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C338 / 



C940 clll 4 (SUMI CR94I 



09.4! 



R942 
C967 



■ R972 
C973 



C96S 





Component Number 




A23A2R1234 




Schematic 


* J * 1 — — Cfreurf 




S^assemWy N[/m(Wf 




Number {if used) 



CIRCUIT 
NUMBER 



C100 
C102 
C103 
C105 
C105 
C107 
C108 
C109 
C110 
C113 
C114 
C115 
C116 
C117 
C118 
C119 
C120 
C121 
C125 
C130 
C152 
C154 
-*C171 
C175 
C176 
C177 
C179 
C180 
C181 
C182 
C183 
C184 
C185 
C200 
C202 
C203 
C205 
C207 
C209 
C210 
C211 
C217 
C218 
C219 
C22C 
C221 
C223 
C225 
C301 
C302 
C307 
C310 
C311 
C325 
C329 
C332 
C336 
C361 
C402 
C403 
C404 
C412 
C415 
C458 
C460 
C464 
C466 
C478 
C480 
C487 
C488 
C500 
C501 
C512 
C513 
C520 
C521 
C528 
C536 
C537 



Chassis- counted c j r ^ne!.li have no Assembly Numhe' 



Figure 10-7. A1 — Main board and A8 — Scale Illumination boards. 
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Static Sensitive Devices 

See Maintenance Section 



COMPONENT NUMBER EXAMPLE 



C966 



Component Number 
A23 A2 R1234 

^L^=l , 

i Scftemafic 

Wumlier Sutassembty nmber 
Number (it used) 



6863-23A 



Chassis-iTiDunted components have no Assembly Number 
prefix— sec end o) Replaceable Electrical Parts List. 



A1— MAIN BOARD 



CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHErV 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBEI 


C100 


4 


C544 


5 


CR141 


4 


J120 


8 


Q743 


5 


R416 


6 


C102 


11 


C601 


6 


CR142 


4 


J181 


4 


Q745 


5 


R417 


6 


C103 


4 


C617 


g 


CR143 


4 


J191 


5 


Q941 


5 


R430 


4 


C105 


4 


C625 


6 


CR144 


4 


J191 


6 


Q942 


5 


R450 




C106 


11 


C645 


5 


CR145 


4 


J191 


8 






R451 


4 


C107 


11 


C650 


5 


CR146 


4 


J191 


1 1 


R100 


4 


R452 




C108 


11 


C653 


5 


CR147 


4 


J411 


5 


R101 


4 


R453 




C109 


5 


C669 


5 


CR148 


4 


J411 


6 


R102 


4 


R454 


4 


C110 


4 


C675 


11 


CR149 


4 


J411 


11 


R112 


g 


R455 


4 


C113 


11 


C707 


5 


CR150 


4 


J511 


4 


R114 


4 


R456 


4 


C114 


11 


C708 


5 


CR151 


4 


J511 


5 


R1 15 


4 


R457 




C115 


4 


C709 


5 


CR152 


4 


J511 


6 


R1 17 


4 


R458 




C116 


4 


C710 


11 


CR153 


4 


J511 


11 


R118 


4 


R459 


4 


C117 


4 


C712 


5 


CR154 


4 


J512 


4 


R121 


4 


R460 


4 


C118 


4 


C722 


11 


CR155 


4 


J512 


5 


R123 


4 


R461 


4 


C119 


11 


C723 


11 


CR161 


4 


J512 


6 


R125 


11 


R462 




C120 


11 


C730 


11 


CR162 


4 


J512 


1 1 


R129 


4 


R463 


4 


C121 


11 


C731 


11 


CR163 


4 


J949 


6 


R130 


4 


R464 


A 


C125 


11 


C732 


11 


CR180 


4 






R131 


4 


R465 




C130 


4 


C733 


11 


CR181 


4 


L101 


11 


R133 


4 


R468 


4 


C152 


5 


C735 


6 


CR200 


4 


L107 


11 


R135 


4 


R469 




C154 


5 


C738 


11 


CR201 


4 


L113 


11 


R136 


4 


R470 


6 


-K-C171 


5 


C740 


11 


CR354 


5 


L115 


4 


R140 


4 


R471 


g 


C175 


4 


C742 


5 


CR360 


5 


L120 


11 


R141 


4 


R473 




C176 


4 


C743 


5 


CR460 


4 


L200 


4 


R142 


4 


R476 


6 


C177 


4 


C744 


5 


CR461 


4 


L219 


11 


R143 


4 


R477 


g 


C179 


4 


C755 


5 


CR476 


6 


L220 


11 


R144 


4 


R478 


c 



C180 


5 


C803 


6 


CR484 


6 


L307 


11 


R149 


4 


R479 


g 


C181 


5 


C804 


6 


CR485 


6 


L325 


11 


R150 


5 


R480 


6 


C182 


4 


C805 


6 


CR495 


6 


L336 


11 


R152 


5 


R481 


6 


C183 


4 


C806 


6 


CR503 


5 


L403 


g 


R153 


g 


R482 


e 



C184 


4 


C808 


6 


CR538 


5 


L521 


11 


R154 


5 


R483 


c 



C185 


4 


C809 


6 


CR539 


5 


L605 


g 


R155 


g 


R484 


ft 



C200 


4 


C810 


11 


CR600 


6 


L606 


g 


R156 


5 


R485 


6 


C202 


4 


C811 


11 


CR601 


3 


L607 


g 


R159 


4 




6 


C203 


4 


C817 


6 


CR616 


6 


L608 


g 


R161 


4 


R487 


g 


C205 


4 


C819 


11 


CR619 


6 


L609 


g 


R162 


4 


R488 


D 


C207 


11 


C822 


6 


CR620 


6 


L610 


g 


R163 


4 


R489 


6 


C209 


11 


C823 




CR621 


6 


L619 


g 


R165 


g 


R490 


o 


C210 


11 


C830 


5 


CR652 


5 


L628 


g 


R180 


4 


R491 


Q 


C211 


4 


C848 


5 


CR653 


5 


L633 


g 


R181 


4 


R492 




C217 


4 


C849 


5 


CR707 


5 


L644 


g 


R182 


4 


R493 


Q 
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11 


C850 


11 


CR741 


5 


L733 


1 1 


R183 


4 


R494 


g 


C219 


11 


C851 


5 


CR742 


5 


L738 


1 1 


R190 


4 


R495 


g 


C220 


11 


C852 


5 


CR746 


5 


L740 


11 


R191 


4 


R496 


g 


C221 


11 


C853 


5 


CR747 


5 


L743 


11 
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4 


R497 


g 
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4 


C854 


5 


CR752 


5 


L938 


11 
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4 


R498 


g 
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11 
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5 


CR753 
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11 
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4 


R501 


g 
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4 
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11 
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11 
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11 
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4 


R502 


4 
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11 
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11 
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11 
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4 
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g 
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4 
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5 


CR941 


5 


LR107 


11 


R198 


4 
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5 
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4 


C933 


11 


CR942 


5 


LR180 


4 


R199 


4 


R51 2 


5 


C325 


11 


C938 


11 


CR950 


5 


LR201 


11 


R200 


4 


R513 




C329 


4 


C940 


11 


CR951 


5 


LR218 


11 


R201 


4 


R518 




C332 


4 


C943 


11 


CR956 


6 


LR219 


11 


R202 


4 


R519 


5 


C336 


11 


C947 


5 


CR966 


6 


LR280 


4 


R216 


4 


R520 




C351 


5 


C957 


6 


CR972 


6 






R217 


4 


R521 


5 


C402 


6 


C958 


11 


CR987 


11 


P101 


5 


R218 


4 


R527 


g 


C403 


6 


C966 


11 


CR995 


6 


P102 


5 


R225 


1 1 


R529 


g 


C404 


6 


C967 


11 






P103 


4 


R230 


4 


R537 


g 


C412 


6 


C972 


6 


DL100 


6 


P160 


5 


R231 


4 


R538 


g 


C415 


11 


C973 


11 










R232 


4 




5 


C458 


11 


C975 


8 


E900 


Q 


Q130 


4 


R301 


4 


R543 


g 


C460 


4 


C976 


11 






Q131 


4 


R302 


4 


R544 


g 


C464 


4 


C977 


11 


J9 


5 


Q154 


5 


R303 


4 


R545 


5 




4 


C980 


11 


J10 


4 


Q155 


5 


R304 


4 


R550 


5 


C478 


6 


C981 


11 


J11 


4 


Q190 


4 


R311 


4 


R551 


5 


C480 


11 


C982 


5 


J100 


4 


Q460 


4 


R312 


4 


R552 


5 


C487 


6 


C985 


11 


J101 


5 


Q550 


5 


R329 


4 


R553 


5 


C488 


6 


C988 


11 


J102 


5 


Q600 


6 


R332 


4 


R554 


5 


C500 


11 


C990 


11 


J103 


4 


Q623 


6 


R353 


5 


R555 


5 


C601 


11 


C99S 


6 


J104 


5 


Q624 


6 


R361 


5 


R556 


5 


C512 


5 






J105 


4 


Q645 


5 


R401 


6 


R557 


5 


C513 


5 


CR100 


4 


J109 


5 


Q700 


11 


R402 


6 


R558 


5 


C520 


5 


CR101 


4 


J117 


4 


Q709 


5 


R403 


6 


R560 


5 


C521 


11 


CR107 


11 


J119 


5 


Q710 


5 


R404 


6 


R600 


6 


C528 


5 


CR130 


4 


J119 


11 


Q740 


5 


R405 


6 


R601 


6 


C536 


5 


CR131 


4 


J120 


4 


Q741 


5 


R411 


6 


R602 


6 


C537 


5 


CR140 


4 


J120 


5 


Q742 


5 


R412 


6 


R605 


6 



A1— Main board and A8— Scale Illumination boards. 
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A1— MAIN BOARD (cont) 
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SCHEM 
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NUMBER 


Ml IIIDCD 

NUMBER 


Ml IIIDCD 

NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


R606 


6 


R709 


5 


R820 


6 


R957 


6 


U200 


4 


U975 


5 


R607 


6 


R710 


5 


R821 


6 


R972 


6 


U200 


11 


U975 


11 


R614 


6 


R713 


5 


R822 


6 


R973 


6 


U300 


4 


U980 


5 


R615 


6 


R723 


5 


R823 


6 


R975 


5 


U300 


11 


U980 


11 


R617 


6 


R724 


5 


R849 


5 


R981 


5 


U350 


5 


U985 


5 


R618 


6 


R731 


6 


R850 


6 


R982 


5 


U350 


11 


U985 


11 [ 


R619 


6 


R732 


6 


R852 


5 


R985 


5 


1)400 


6 






R620 


6 


R733 


6 


R853 


5 


R986 


5 


U400 


11 


VR112 


5 i 


R622 


6 


R734 


6 


R855 


6 


R995 


6 


U450 


4 


VR125 


11 


R623 


6 


R735 


6 


R856 


6 






U450 


11 


VR152 


5 


R624 


6 


R736 


5 


R858 


6 


S615 


6 


U475 


6 


VR225 


11 


R637 


6 


R737 


5 


R860 


6 






U485 


6 


VR550 


5 


R638 


6 


R738 


5 


R900 


5 


TP800 


6 


U500 


5 






R639 


6 


R742 


5 


R901 


5 






U500 


11 


W101 


11 


R642 


6 


R743 


5 


R903 


6 


U100 


4 


U550 


5 


W103 


11 


R643 


5 


R744 


5 


R904 


5 


U100 


11 


U600 


6 


W104 


11 


R644 


5 


R745 


5 


R907 


5 


U110 


4 


U600 


11 


W105 


11 


R645 


5 


R746 


5 


R910 


5 


U110 


11 


U650 


5 


W106 


6 


R646 


5 


R747 


5 


R912 


5 


U120 


4 


U650 


11 


W107 


5 


R650 


6 


R748 


5 


R924 


5 


U120 


11 


U700 


5 


W108 


5 


R651 


5 


R749 


5 


R936 


5 


U130 


4 


U700 


11 


W109 


11 


R652 


5 


R750 


5 


R937 


5 


U130 


11 


U735 


6 


W112 


5 


R653 


5 


R753 


5 


R939 


5 


U140 


4 


U800 


6 


W120 


5 


R655 


5 


R754 


5 


R940 


5 


U140 


11 


U800 


11 


W121 


11 


R658 


6 


R755 


5 


R941 


5 


U150 


4 


U850 


5 


W122 


5 


R659 


6 


R757 


5 


R942 


5 


U150 


11 


U850 


11 


W122 


11 


R669 


5 


R800 


6 


R943 


5 


U160 


4 


U860 


5 


W141 


6 


R670 


5 


R801 


6 


R944 


5 


U160 


11 


U860 


6 


W151 


5 


R671 


5 


R802 


6 


R945 


5 


U165 


4 


U860 


11 


W160 


5 


R678 


5 


R804 


6 


R946 


5 


U165 


5 


U900 


5 


W500 


6 


R700 


11 


R805 


6 


R947 


5 


U165 


11 


U900 


11 


W610 


6 


R701 


11 


R806 


6 


R950 


5 


U170 


4 


U910 


5 


W850 


5 


R702 


11 


R809 


6 


R951 


11 


U170 


11 


U910 


11 


W918 


6 


R707 


5 


R811 


11 


R952 


5 


U180 


4 


U950 


6 


W919 


6 


R708 


5 


R817 


6 


R956 


6 


U180 


11 


U950 


11 
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A8— SCALE ILLUMINATION BOARD 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


DS100 


4 


DS102 


4 


W181 


4 






DS101 


4 
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TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points when the following 
s';tup conditions are observed. Any changes) from the given setup conditions required to produce a given waveform are 
noted with that waveform illustration. 



2465B/2467B SETUP 



Connect a 200-mV, 1-kHz squarewave signal from a 
signal generator to each Vertical Channel as appropreate 
via a BNC T-connector, a 50-fi BNC cable and a dual- 
input coupler. 



TRIGGER 
MODE 

CH 1 and CH2 

SOURCE 

COUPLING 



AUTO 
1 Mil DC 
VERT 
DC 



Set: 

VERTICAL MODE 

Input Coupling 
CH 1 and CH2 

VOLTS/DIV 
CH1 and CH2 

A and B SEC/DIV 



CH 1 



1 Mil DC 



50 mV 



0.5 ms (knobs locked) 



All other control settings are irrelevant. 



TEST OSCILLOSCOPE SETUP 



Connect the 200-mV, 1-kHz squarewave from the BNC 
T-connector to the Trigger input of the test oscilloscope 
using a 50-12 BNC cable. Trigger the test oscilloscope on 
the rising edge of the 1-kHz signal and, using a X10 probe 
with the test oscilloscope, set its Volts/Div and Time/Div 
ranges as required to obtain the indicated displays. 
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WHEN L0 , 
ATTENUATORS 
ARE STROBED 



Push VERTICAL Input Coupling 
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f*IOfl IIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM j 
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2465B/2467B Service 



TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points when the following 
setup conditions are observed. Any change(s) from the given setup conditions required to produce a given waveform are 
noted with that waveform illustration. Where B Sweep setup conditions are referenced with a waveform, it is assumed that 
the B SEC/DIV knob is set to 100 Wdiv unless otherwise noted. 



2465B SETUP 



Connect a 200-mV, 1-kHz squarewave to the CH1 input 
of the oscilloscope using a BNC cable. 



Set: 
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CH 1 and CH 2 
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CH 1 and CH 2 VAR In detent 



At 

A REF OR DLY POS 
INTENSITY 
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All other control settings are irrelevant. 



A and B SEC/DIV 200 us (knobs locked) 
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TEST OSCILLOSCOPE SETUP 



Using a X10 probe with the test oscilloscope, set its 
Trigger Slope, Trigger Level, Volts/Div and Time/Div 
ranges as required to obtain the indicated displays. 
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10E 


W151 


6L 


8C 


CR950 


6R 


7L 


R520 


7F 


2H 


R904 


10M 


10K 


W160 


2E 


3F 


CR951 


6R 


7L 


R521 


7F 


3H 


R907 


9N 


9J 


W850 


9L 


10F 








R527 


8H 


1H 


R910 


7M 


10F 








PatrialAI also shown on diagrams 4, 6, 8, and 11. 


OTHER PARTS 


J7 


6S 


CHASSIS 


P107 


6S 


CHASSIS 


P122 


8A 


CHASSIS 








J8 


8S 


CHASSIS 


P108 


6S 


CHASSIS 














J12 


1A 


CHASSIS 


P109 


4K 


CHASSIS 


R351 


4A 


CHASSIS 














P120 


3B 


CHASSIS 


R352 


4B 


CHASSIS 









'See Part List for 
serial number ranges. 
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7H 
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7N 
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5N 
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7P 
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7C 


3F 


„ 


2C 


3F 
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2K 
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4J 


4G 


\ 
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1F 
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7C 
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6C 
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2L 
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8D 
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2L 
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7N 
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8M 
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3 


1M 
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5N 


8M 




6P 


7L 


3 


6P 
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5P 


6M 


J 


1P 


2L 


2 


2D 


2F 
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6B 
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6R 
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6R 
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TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points when the following 
setup conditions are observed. Any changes) from the given setup conditions required to produce a given waveform are 
noted with that waveform illustration. Where B Sweep setup conditions are referenced with a waveform, it is assumed that 
the B SEC/DIV knob is set to 100 ^s/div unless otherwise noted. 



2467B SETUP 



Connect a 200-mV, 1-kHz squarewave to the CH1 input 
of the oscilloscope using a BNC cable. 



Set: 

VERTICAL MODE 

Input Coupling 
CH 1 and CH 2 



A and B SEC/DIV 

A and B SEC/DIV VAR 

TRIGGER 
MODE 
SOURCE 
COUPLING 
HOLDOFF 
SLOPE 
LEVEL 



cm 



1 Mfl DC 



VOLTS/DIV 

CH 1 and CH 2 50 mV 

CH 1 and CH 2 VAR In detent 



200 j*s (knobs locked) 
In detent 



AUTO 
VERT 

NOISE REG 
In detent 
+ (plus) 

Stably triggered display 



At 

A REF OR DLY POS 
INTENSITY 



DLY readout 
1000.0 us readout 
Midrange 



READOUT INTENSITY Minimum (once DLY 
readout is set) 



HOLDOFF 



CCW (counterclockwise) 



All other control settings are irrelevant. 



TEST OSCILLOSCOPE SETUP 



Using a X10 probe with the test oscilloscope, set its 
Trigger Slope, Trigger Level, Volts/Div and Time/Div 
ranges as required to obtain the indicated displays. 
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® 



OV 

-HK 

+5v n \ 
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TIME 
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f«-2.4ms-H 



+5V — 







HOLDOFF 



100 us B SWEEP SELECTED - W/NO TRIGGER 



k 26 , 



|*-2.4ms-^ 



X10 MAG SELECTED - W/NO TRIGGER 
)«-2.4m8-») 







fcUVZ W/N ° TRIt:GER 



ov- 

E 

-1V- 



-0.2V- 
-1.1V- 



AUTO W/NO TRIGGER 



HOLDOFF -H h- 



TRIGGERED ON U- SWEEP -»J 
0SITIVE-G0ING 'riINNINc' 



POS 
SQUARE WAVE 







0V — 
-0.2V- 



VARIES W/ A SWEEP - 200^s 

A REF SETTING B SWEEP - I00ps 







-0 2V- 







0V - 



*5V - 



TRIC'D 
SWEEP 







0V — ■ 



- 3ms - 



2.5V 







0V 



3ms 

+4V — , 

+3V — U 



3ms - 







+2.2V 



6N0 

-.5V 



+5V - 







0V — 
B SWEEP ONLY , Tl 







0V 
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4.8V 



0V 



+ 5V 
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200 mV- 
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HOLDOFF 







0V — 
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HOLDOFF 
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+SV — 







HOLDOFF 



+5V — 



26 



100 us B SWEEP SELECTED - W/NO TRIGGER 



-2.4ms- 
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|»-2.4ms-»| 







0V- 



ACTIVE 



W/NO TRIGGER 



ov- 
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-1V- 



n n n 
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HOLDOFF -H K 



TR I GGERED ON U. SWEEP -J 
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SQUARE WAVE 



RUNNING 
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-0.2V - 



VARIES W/ A SWEEP - 200 M 

A REF SETTING B SWEEP - 100^- 
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0V - 



TRIC'D 
SWEEP 







2.5V 
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COMPONENT NUMBER EXAMPLE 



Component Number 
A23 A2R1234 



Assembly 



Schematic 
Circuit 



Number Subassembly Nmber 
Number (if used) 



Chassis- mounted components have no Assembly Number 
prefix— see end of Replaceable Electrical Parts List. 



A15— HOLDOFF BOARD 



CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


C168 


12 


J160 


12 


R158 


5 


R179 


5 


C169 


5 






R167 


5 






C170 


5 


Q157 


5 


R168 


5 


U168 


5 


C172 


5 


Q158 


5 


R169 


5 


U168 


12 


C173 


5 


Q159 


5 


R175 


5 


U169 


5 


C174 


5 


Q160 


5 


R176 


5 










Q161 


5 


R177 


5 






J160 


5 






R178 


5 







2467B HOLDOFF, DISPLAY SEQUENCER, TRIGGERING and SWEEPS <5 



CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 1 
LOCATION j 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD I 
LOCATION 1 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 1 
LOCATION 1 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


ASSEMBL 


Y A1 












C109 


1R 


2L 


J9 


7A 


2A 


R537 


8H 


1E 


R912 


8M 


10E 


C152 


2C 


2E 


J101 


6F 


3J 


R538 


BE 


9B 




9L 


BH 


C154 


2C 


2E 


J102 


10M 


7G 


R542 


8K 


3F 


DOOR 


8M 


10G 


C180 


2B 


1E 


J102 


3J 


7G 


R543 


8K 


3F 


R937 




10G 


C181 


2K 


2E 


J102 


4M 


7G 


R544 


7F 


3K 


R939 


5R 


7M 


C351 


4B 


4Q 


J104 


5S 


6M 


R545 


7F 


3J 


R940 


7M 


5M 


C512 


5J 


4H 


J109 


4K 


4H 


R550 


7C 


1G 


R941 


8P 


10K 


C513 


8H 


4H 


J119 


9K 


4H 


R551 


7B 


1F 


R942 


9N 


10K 


C520 


7F 


3H 


J120 


2B 


8A 


R552 


7B 


1F 


R943* 


8N 


11J 


C528 


8H 


1H 


J191 


5A 


10K 


R553 


7C 


1F 


R944 


8N 


1 1H 


CS36 


5J 


1G 


J411 


10K 


1K 


R554 


7C 


1G 


R945 


8N 


10K 


C537 


8H 


2F 


J411 


5A 


1K 


R555 


6C 


1G 


R946* 


5N 


/ L 


C544 


7F 


3J 


J411 


5S 


1K 


R556 


7C 


1F 


R947 


5R 


7M 


C645 


6J 


6G 


J511 


8A 


1D 


R557 


7D 


1E 


R950 


6R 


7I_ 


C650 


8H 


8M 


J512 


10A 


1H 


R558 


8D 


1E 


R952 


7H 


8M 


C653 


5E 


4K 


J512 


1A 


1H 


R560 


6B 


1G 


R975* 


7N 


71 


C660 


2C 


1G 


J512 


1S 


1H 


R643 


7J 


6G 


R981 


5N 


5M 


C669 


5F 


2K 


J512 


4A 


1H 


R644 


6H 


6G 


R982 


6R 


6L 


C707 


3N 


9C 








R645 


6H 


6G 


R985 


5K 


2L 


C708 


2P 


9C 


P101 


7E 


3J 


R646 


7H 


6G 


R986 


7P 


7L 


C709 


2P 


10B 


P102B 


4M 


7G 


R649 


5G 


5K 






i 


C712 


1M 


10E 


P102D 


10M 


7G 


R651 


5B 


1K 


U165B 


7C 


3F 


C742 


2M 


7D 


P160 


2D 


2K 


R652 


5E 


3K 


U165C 


2B 


or 


C743 


6M 


7D 


P160 


3F 


2K 


R653 


5H 


5K 


U165D 


2K 


3F 


C744 


6M 


7D 








R655 


6F 


1K 


U350A 


9B 


10B 


C756 


3P 


8K 


0154 


3C 


2E 


R669 


5F 


2J 


U350B 


8E 


10B 


C830 


10B 


1L 


0155 


2C 


2F 


R670 


4C 


2J 


U500 


4J 


4G 


C848 


8C 


9E 


0550 


7D 


2F 


R671 


2G 


2J 


U550A 


7C 


1F 


C849 


10B 


10G 


0645 


6H 


7G 


R678 


5C 


2J 


U550B 


7C 


1F 


C851 


3K 


10F 


0709 


2P 


10D 


R707 


3P 


9C 


U550C 


6C 


]^ 


C852 


3K 


10E 


Q710 


2N 


10D 


R708 


3P 


9B 


U550D 


6C 


IF 


C863 


3K 


10F 


0740* 


5N 


7L 


R709 


2P 


10B 


U550E 


9B 


1 F 


C854 


3L 


10E 


Q741 


6M 


7D 


R710 


1M 


10F 


U650 


2G 


4K 


C900 


7M 


10J 


0742 


6M 


7D 


R713 


1M 


10E 


U700 


1N 


8C 


C807 


9N 


9J 


Q743 


4P 


7D 


R723 


3L 


10E 


U850A 


8M 


QP 

yt 


C908 


9N 


1 1K 


0745 


4P 


7D 


R724 


3M 


10E 


U650B 


oi 

CL 


9E 


C912 


7M 


10G 


0941 


9P 


11K 


R736 


2M 


10G 


U850C 


8D 


9E 


C947 


5R 


7M 


0942 


8P 


10K 


R737 


2M 


10F 


U860A 


2L 


7F 


C982 


5R 


6L 








R738 


2L 


10G 


U900 


7N 










R112 


1A 


7M 


R742 


4N 


8D 


U910A 


8M 


lUu 


CR354 


5D 


2J 


R150 


7L 


8B 


R743 


4K 


7F 


U910B 


1M 


10G 


CR360 


5D 


3J 


R152 


2C 


2F 


R744 


4M 


8F 


U975 


5N 


8M 


CR503 


4H 


2J 


R153 


2C 


2F 


R745 


4N 


8C 


U980A 


6P 


7L 


CR538 


8E 


9B 


R154 


2B 


2E 


R746 


6R 


6L 


I mono 


6P 


7L 


CR539 


9E 


10B 


R155 


2C 


2F 


R747 


6M 


7F 


U985 


5P 


6M 


CR652 


5H 


5L 


R158 


3B 


2E 


R748 


6L 


8B 








CR653 


5E 


3K 


R165 


2K 


3F 


R749 


6M 


7D 


VR1 12 


1 P 


2L 


CR707 


3P 


9B 


R353 


5E 


3J 


R750 


3N 


8D 


VR152 


2C 


2F 


CR741 


3N 


7C 


R361 


5E 


3J 


R753 


3P 


9K 


VR550 


6B 


1F 


CR742 


4N 


7D 


R503 


4H 


2H 


R754 


3P 


8K 








CR746 


6R 


7L 


R504 


4H 


2J 


R755 


3R 


9K 


W107 


On 


7M 


CR747 


6R 


7L 


R511 


4H 


3H 


R757 


4N 


8D 


W108 


ftp 
on 


6M 


CR752 


3P 


8J 


R512 


4H 


3H 


R849 


9D 


9E 


W112 


1A 


7M 


CR753 


4P 


8J 


R513 


8H 


3H 


R852 


3K 


10E 


W120 


1S 


1H 


CR850 


9C 


10E 


R518 


4K 


3H 


R853 


3K 


10E 


W122 


8A 


5H 


CR941 


8N 


11J 


R519 


4K 


3H 


R900 


9M 


10F 


W151 


6L 


8C 


CR942 


8N 


11J 


R520 


7F 


2H 


R901 


9M 


10E 


W850 


9L 


10F 


CR950 


6R 


7L 


R521 


7F 


3H 


R904 


10M 


10K 








CR951 


6R 


7L 


R527 
R529 


8H 
8H 


1H 
1H 


R907 
R910 


9N 
7M 


9J 
10F 








PatrialAI aU 


-o shown on diagrams 4, 6, 8, 11, and 12. 


ASSEMBLY A1 5 


C169 


2D 


1B 


0157 


2D 


1C 


R169 


2E 


1A 


U169A 


3D 


1B 


C170 


2E 


1A 


0158 


2F 


1B 


R175 


4D 


1B 


U169B 


3D 


1B 


C172 


3E 


1A 


0159 


3D 


1B 


R176 


2F 


1A 


U169C 


4D 


1B 


C173 


2E 


1C 


0160 


3D 


1B 


R177 


3F 


1A 


U169D 


4D 


1B 


C174 


2E 


1C 


0161 


3F 


1A 


R178 
R179 


3E 
2E 


1C 
1C 


U169E 
U169F 


4D 
3D 


1B 

1B 


J160 


2D 


1B 


R158 


3D 


1B 








U169G 


2D 


1B 


J160 


3F 


1B 


R167 
R168 


2E 
3F 


1B 
1C 


U168A 
U168B 


3E 
2E 


1A 
1A 


U169H 


2F 


1B 


Pal'ialAW also shown on diagram 12. 


OTHER PARTS 




J7 


6S 


CHASSIS 








P109 


4K 


CHASSIS 








J8 


6S 


CHASSIS 


P107 


6S 


CHASSIS 


P120 


2B 


CHASSIS 


R351 


4A 


CHASSIS 


J12 


1A 


CHASSIS 


P108 


6S 


CHASSIS 


P122 


8A 


CHASSIS 


R352 


3A 


CHASSIS 



*See Part List for 
serial number ranges. 



B 



D 



H 



K 



J12 R1K »1« 
I STEP I (ft '° ? . STEP SWITCH 

m , ? b a sw 

pfKM * ) a B 3W CLK 

JH1Z <T> I ) B A THIS CLK 

KM V I % 7 B THIS CLK 




2465B/2467B SERVICE 



REV. MAR IS. 1969 



SCHEM 


BOARD 


LOCATION 


LOCATION 




8M 


10E 


9L 


8H 


8M 




8M 


10G 


5R 


7M 


7M 


5M 


8P 


10K 


9N 


10K 


8N 


1 1 J 


8N 


1 1H 


8N 


10K 


5N 


7L 






«Q 
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7N 
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5N 
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5K 
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7P 
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7C 
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2B 


3F 




3F 


9B 
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8E 
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4J 


4G 


7C 


1F 


7C 
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1F 


6C 


1F 


9B 


1F 


2G 


4K 


1N 


8C 


8M 


9E 


2L 


9E 


8D 


9E 


2I_ 


7F 


7N 


10J 


8M 


10G 


1M 


10G 


5N 


8M ; 


6P 


7L 


6P 


7L 


5P 


6M I 


1P 


2L 


2C 


2F 


6B 


1F 


6R 


7M 


6R 


6M 


1A 


7M 


IS 


1H 


8A 


5H 


6L 


8C 


9L 


10F 






3D 


1B 


3D 


1B 


4D 


1B 


4D 


1B 


4D 


1B 


3D 


1B 


2D 


1B 


2F 
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4A 
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3A 
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Figure 10-9. A14— Dynamic Centering board. 



® Static Sensitive Devices 
See Maintenance Section 

COMPONENT NUMBER EXAMPLE 



Component Number 

A23 A2 R1234 

| | ! Schematic 
Assembly i l_ 0rcuit 

Number Subassembly number 
Number (if used) 



Chassis- mounted components have no Assembly Number 
prefix— see em) of Replaceable Electrical Parts List 



A14— DYNAMIC CENTERING BOARD 



CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


C3401 


6 


R3403 


6 


R3408 


6 


U3402 


6 


J141 


6 


R3404 


6 


R3409 


6 


VR3401 


6 


J141 


6 


R3405 


6 


R3410 


6 






R3401 


6 


R3406 


6 


R3411 


6 






R3402 


6 


R3407 


6 


U3401 


6 







A 14— DYNAMIC CENTERING 




TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board doliy. The waveforms are representative of signals that may be expected at the associated points when the following 
setup conditions are observed. Any change(s) from the given setup conditions required to produce a given waveform are 
noted with that waveform illustration. Where B Sweep setup conditions are referenced with a waveform, it is assumed that 
the B SEC/DIV knob is set to 100 /ts/div unless otherwise noted. 



2465B SETUP 



Connect a 200-mV, 1-kHz squarewave to the CH1 input 
of the oscilloscope using a BNC cable. 



Set: 

VERTICAL MODE 

Input Coupling 
CH1 and CH2 

VOLTS/DIV 
CH1 and CH2 
CH1 and CH2 VAR 

A and B SEC/DIV 

A and B SEC/DIV VAR 

TRIGGER 
MODE 
SOURCE 
COUPLING 
HOLDOFF 
SLOPE 
LEVEL 



+3V — 







-3V — 



+ 1V- 







-1V- 



CH1 

1 Mfi DC 

50 mV 
In detent 

200 jus (knobs locked) 
In detent 



AUTO 
VERT 
NOISE REJ 
In detent 
+ (plus) 

Stably triggered display 



W/READOUT ON, SIGNAL CONSTANTLY CHANCES 




J 



r 

J 



At At readout 

AREFORDLYPOS 1000.0 ms readout 

INTENSITY Midrange 

READOUT INTENSITY Minimum (once At 
readout is set) 

All other control settings are irrelevant. 

TEST OSCILLOSCOPE SETUP 



Using a X10 probe with the test oscilloscope, set its 
Trigger Slope, Trigger Level, Volts/Div and Time/Div 
ranges as required to obtain the indicated displays. 



-3ms- 







0V — 







W/READOUT OFF 



-3ms- 



0V- 



+ 190mV- 



W/READ0UT OFF 



-3ms- 







W/READOUT ON, SIGNAL CONSTANTLY CHANGES 



(52 MAY LOOK LIKE 53) W/READOUT OFF 



TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points when the following 
setup conditions are observed. Any change(s) from the given setup conditions required to produce a given waveform are 
noted with that waveform illustration. Where B Sweep setup conditions are referenced with a waveform, it is assumed that 
the B SEC/DIV knob is set to 100 jis/div unless otherwise noted. 



2465B SETUP 



Connect a 200-mV, 1-kHz squarewave to the CH1 input 
of the oscilloscope using a BNC cable. 



Set: 

VERTICAL MODE 

Input Coupling 
CH1 and CH2 

VOLTS/DIV 
CH1 and CH2 
CH1 and CH2 VAR 

A and B SEC/DIV 

A and B SEC/DIV VAR 

TRIGGER 
MODE 
SOURCE 
COUPLING 
HOLDOFF 
SLOPE 
LEVEL 



-3V- 



+ 1V- 



CH1 

1 Mfl DC 

50 mV 
In detent 

200 fis (knobs locked) 
In detent 



AUTO 
VERT 
NOISE REJ 
In detent 
+ (plus) 

Stably triggered display 



W/READ0UT ON, SIGNAL CONSTANTLY CHANGES 



-1V- 




At At readout 

A REF OR DLY POS 1000.0 ps readout 

INTENSITY Midrange 

READOUT INTENSITY Minimum (once At 
readout is set) 

All other control settings are irrelevant. 

TEST OSCILLOSCOPE SETUP 



Using a X10 probe with the test oscilloscope, set its 
Trigger Slope, Trigger Level, Volts/Div and Time/Div 
ranges as required to obtain the indicated displays. 



+4V- 







0V — 



+4V — 







W/READDUT OFF 



BV— v 




W/READOUT OFF 



+190mV- 



-3ms- 







0V — 



W/READOUT ON, SIGNAL CONSTANTLY CHANGES 



(52 MAY LOOK LIKE 53) W/READOUT OFF 







-190MV- 



W/READOUT OFF (53 MAY LOOK LIKE 52) 



100mV- / , ,«=. „, ^j,,,,^ 

n 







-150mV — 



-5ms- 



VARIES W/READOUT AND VERTICAL POSITION 



2 . 1ms -»{ 



0V — 

A AND B SEC/DIV KNOBS LOCKED C200 M s)V/NO TRIGGER 

— 3ms- 





-1.35V 



+ 100mV — . 



\\l HI 1* \ ■ 



J .' 4 



-5ms- 



VARIES W/READOUT AND VERTICAL POSITION 



+30V- 



■ I m i \* W «l 



+22V— - - ,\, m »- "\ >a « 

VARIES W/READOUT AND VERTICAL POSITION 



+31 V — 





Jl 



+5V — 



VARIES W/READOUT AND VERTICAL POSITION 

K-^ [«-2.4ms-H 



100 nS B SWEEP SELECTED - W/NO TRIGGER 




VARIES W/HORIZONTAL POSITION 



+46V — 



+28V- 




VARIES W/HORIZONTAL POSITION 







0V — 





- 3ms H HOLDOFF |SWEEP| 

B SWEEP 100 M S 



<E> 



+8.5V — 



-3ms - 



HOLDOFF 
AMPLITUDE VARIES W/INTENSITY 
A AND B SWEEP 200 M S, DLY 0.0 READOUT OFF 



+ ,2V T 
+ 10V 1 



♦AMPLITUDE VARIES W/ INTENSITY SETTING 

A SWEEP 200 mS 

6863-38 



2465B CHANNEL SWITCH AND OUTPUT AMPLIFIERS <6 



CIRCUIT 
NUMBER 



8CHEM 
LOCATION 



BOARD 
LOCATION 



CIRCUIT 
NUMBER 



SCHEM 
LOCATION 



BOARD 
LOCATION 



CIRCUIT 
NUMBER 



SCHEM 
LOCATION 



BOARD 
LOCATION 



CIRCUIT 
NUMBER 



SCHEM 
LOCATION 



ASSEMBLY A1 



C402 


3F 


6F 


J411 


4A 


1K 


R487 


2C 


4M 


R821 


5K 


7E 


C403 


2H 


SJ 


J411 


9N 


1K 


R488 


2C 


4M 


R822 


58 


7E 


C404 


2J 


5J 


J511 


4A 


1D 


R489 


2B 


3M 


R823 


5K 


9E 


C412 


2F 


5F 


J511 


5A 


1D 


R490 


1C 


4K 


R850 


6J 


10G 


C478 


3E 


4L 


J512 


10N 


1H 


R491 


1E 


3K 


R855 


6B 


7F 


C487 


2C 


4M 


J512 


4N 


1H 


R492 


2E 


3L 


R8S6 


6L 


10E 


C488 


2C 


3M 


J512 


8A 


1H 


R493 


2E 


3L 


R8S8 


6B 


10E 


C601 


2K 


5J 


J512 


9N 


1H 


R494 


2D 


3L 


R860 


68 


100 


C817 


4L 


6G 


J949 


BK 


10K 


R495 


2F 


4K 


R903 


7L 


7K 


C825 


1M 


7G 








R496 


ID 


3L 


R956 


8K 


8L 


C735 


6H 


8E 


L403 


2H 


5J 


R497 


1C 


7L 


R967 


8L 


8K 


C803 


6L 


9G 


L605 


2L 


8J 


R498 


40 


5K 


R972 


9N 


10L 


C804 


6M 


SG 


L606 


2K 


8K 


RS01 


10B 


1K 


R973 


9M 


10L 


C805 


7M 


9G 


L607 


2K 


6H 


R600 


4M 


7K 


R995 


9B 


8L 


C806 


SM 


8F 


L608 


2L 


6H 


R601 


2K 


5J 








C808 


5M 


8G 


L609 


2K 


6J 


R602 


ZL 


5J 


S615 


4K 


10B 


C809 


5M 


8G 


L610 


2K 


6H 


R605 


2L 


5J 








CB17 


6C 


8F 


L61B 


4M 


7H 


R606 


2K 


6J 


TP800 


2B 


3L 


C822 


5B 


9E 


L61S 


4M 


7K 


R607 


2K 


6H 








C823 


5K 


6E 


L628 


3N 


8J 


R614 


4H 


8F 


U400 


1F 


6F 


C957 


8K 


8L 


L633 


2N 


8J 


R615 


4K 


10B 


U475A 


3D 


51 


C972 


9N 


10L 


L644 


3N 


6K 


R617 


4L 


6G 


U475B 


3D 


5L 


C995 


SB 


8L 








R618 


4L 


6H 


U475C 


1D 


5L 








0600 


4J 


5K 


R619 


4M 


7H 


U475D 


3E 


5L 


CR478 


3E 


4K 


0623 


1M 


7H 


R620 


4N 


8H 


U485A 


20 


4L 


CR484 


40 


4L 


0824 


1L 


7H 


R622 


4L 


7H 


U485B 


20 


4L 


CR485 


2C 


4M 








R623 


1L 


7H 


U485C 


1C 


4L 


CR48S 


2E 


3L 


R401 


3F 


8F 


R624 


1M 


7G 


U485D 


tc 


4L 


CR800 


4J 


7K 


R402 


3F 


6F 


R637 


3L 


BK 


U600 


1L 


6J 


CR601 


3N 


7K 


R403 


2J 


5J 


R638 


3L 


7K 


U735A 


5J 


9F 


CR616 


4H 


7L 


R404 


3J 


5J 


R639 


3J 


7K 


U735B 


BH 


9F 


CR619 


4M 


7G 


R405 


2J 


6J 


R642 


4J 


5K 


U735C 


6H 


9F 


CR620 


3N 


8H 


R411 


2H 


6J 


R660 


4J 


5K 


U735D 


BH 


9F 


CR621 


3N 


8H 


R412 


2F 


5F 


R658 


2K 


8K 


U735E 


BH 


9F 


CR9S6 


9L 


8L 


R416 


2F 


4F 


R659 


3K 


7K 


U800 


4M 


9F 


CR966 


8M 


10L 


R417 


2F 


4G 


R731 


5H 


8E 


U860B 


6K 


7F 


CR972 


9M 


10L 


R470 


2C 


4M 


R732 


6H 


9E 


U860C 


SB 


7F 


CR99S 


9B 


6L 


R471 


4D 


4M 


R733 


6J 


9F 


U9S0 


7M 


8K 








R476 


3F 


4K 


R734 


6J 


9F 








DL100 


1G 


6L 


R477 


3E 


3K 


R735 


6H 


8F 


W106 


9A 


8M 


DL100 


1G 


BF 


R478 


3E 


4K 


R800 


7L 


9G 


W141 


7C 


10G 








R479 


2E 


5K 


RB01 


7K 


9G 


W141 


7F 


10G 


E900 


6N 


9G 


R480 


2D 


3K 


R802 


5L 


9G 


W600 


9B 


IK 








R481 


3D 


4L 


R804 


6M 


9G 


W610 


2K 


5H 


J191 


8K 


10K 


R482 


3D 


4L 


R806 


8M 


9G 


W918 


6N 


8G 


J191 


8N 


10K 


R483 


2D 


4L 


R806 


7M 


9G 


W919 


6N 


9G 


J191 


9A 


10K 


R484 


40 


4L 


R809 


8M 


8G 








J411 


10A 


1K 


R485 


1C 


4M 


R817 


5C 


7F 








J411 


2A 


1K 


R468 


2C 


4M 


R820 


5K 


6F 









PatrialAI also shown on diagrams 4, 5, 8, and 11. 



ASSEMBLY A9 



P191 



8K 



4B 



8J 



1C 



R1834 



BJ 



1B 



R1842 



8J 



Patrial A9 also shown on diagrams 8 and 12. 
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C3401 



J141 
J141 



R3401 



7C 



5E 
7C 



7E 



2B 



2C 
2C 



R3402 
R3403 
R3404 
R3405 
R3406 
R3407 



80 
5D 
8E 
6C 
6C 
6E 



1B 
2A 
2B 
2A 
2B 
2A 



R3408 
R3409 
R3410 
R3411 

U3401 



6E 
6D 
6C 
6C 

7E 



2B 
2B 
2A 
2B 



U3402 
VR3401 



5E 
5C 



OTHER PARTS 



9A 



CHASSIS 



P106 
P141 



9A 
5F 



CHASSIS 
CHASSIS 



P141 



CHASSIS 



W916 
W917 



2N 
3N 



H 



U400 1 

CHAM4EL SWITCH | 



VERTIC, 




UN) t, «- 



FBOH y\ J 



I J411 
10 BO DO 



| PARTIAL A 1 MAIN BOARD | 



2465B/2467B SERVICE 



6863-07 
REV. MAR 19, igeg 



T 


SCHEM 


BOARD 


R 


LOCATION 


LOCATION 








5K 


7E 




5B 


7E 




6K 


9E 




6J 


10G 




6B 


7F 




6L 


10E 




6B 


10E 




68 


10D 




7L 


7K 




8K 


6L 




8L 


8K 




9N 


10L 




9M 


10L 




9B 


8L 




4K 


10B 


1 


2B 


3L 




1F 


6F 


\ 


3D 


6L 


3 


3D 


EL 


3 


1D 


SL 


3 


3E 


5L 


K 


2D 


4L 


3 


2D 


4L 




1C 


4L 


3 


1C 


4L 




1L 


6J 


* 


SJ 


9F 


3 


6H 


9F 




6H 


9F 


3 


6H 


9F 




6H 


9F 




4M 


9F 


3 


6K 


7F 




66 


7F 




7M 


8K 




SA 


8M 




7C 


10G 




7F 


10G 




9B 


1K 




2K 


5H 




6N 


8G 




6N 


9G 






2 


8J 


1C 






2 


5E 


2B 


01 


5C 


2A 




t 


2N 


CHASSIS 




3N 


CHASSIS 



8 



9 



10 



B 



D 



H 



K 



M 



N 




<§> V901 



<§> V901 
[*J1 



<a> vgoo 



<8> V90O 



UNI 
UNI 

Mil 

m 



FHOM 
J411-10 
US] 



T 26 IQtttt 
5 15 ROSFRAME 




1 v E6K] 




10MHz 12 v 
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j S3 R/S OLYD 








R/M DLYD 9 s 
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| J411 
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R501 
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CHANNEL SWITCH AND OUTPUT AMPLIFIERS <6> 



<<3> -Tji- 



J4?l 

<?> 041 

V C3A) 
[4A] 
[5A] 



TO 



2465B/2467B Service 



TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points when the following 
setup conditions are observed. Any change(s) from the given setup conditions required to produce a given waveform are 
noted with that waveform illustration. Where B Sweep setup conditions are referenced with a waveform, it is assumed that 
the B SEC/DIV knob is set to 100 ms/div unless otherwise noted. 



2467B SETUP 



Connect a 200-mV, 1-kHz squarewave to the CH1 input 
of the oscilloscope using a BNC cable. 



Set: 

VERTICAL MODE 

Input Coupling 
CH1 and CH2 

VOLTS/DIV 
CH1 and CH2 
CH1 and CH2 VAR 

A and B SEC/DIV 

A and B SEC/DIV VAR 

TRIGGER 
MODE 
SOURCE 
COUPLING 
HOLDOFF 
SLOPE 
LEVEL 



cm 

1 Mfi DC 

50 mV 
In detent 

200 lis (knobs locked) 
In detent 



AUTO 
VERT 
NOISE REJ 
In detent 
+ (plus) 

Stably triggered display 



At 

A REF OR DLY POS 
INTENSITY 



At readout 

1000.0 ;us readout 
Midrange 



READOUT INTENSITY Minimum (once At 
readout is set) 



All other control settings are irrelevant. 



TEST OSCILLOSCOPE SETUP 



Using a X10 probe with the test oscilloscope, set its 
Trigger Slope, Trigger Level, Volts/Div and Time/Div 
ranges as required to obtain the indicated displays. 



-3ms- 



<E> 



-3V — 



+ 1V- 







-1V- 



W/READOUT ON, SIGNAL CONSTANTLY CHANCES 



rr 



r 



u 

W/REAQOUT ON, SIGNAL CONSTANTLY CHANGE 5* 



W/READOUT OFF 







0V- 



+ 190mV- 








(52 MAY LOOK LIKE 53} W/READOUT OFF 



-3ms- 







-190MV- 



W/READOUT OFF (53 MAY LOOK LIKE 52) 



H00mV — mum I i hi /fl/*""^ 







n 



-5ms H 



nil- I HI 111 VMf /. - " 

-l50mV — ... 5 

VARIES W/READOUT AND VERTICAL POSITION 



+5V — 



(»-2.4nis-H 



HOLDOFF 



0V - 

A AND B SEC/DIV KNOBS LOCKED (200MS ) V/N0 TRIGGER 
3l»S- 





-1.35V 



hi m h> y ■ 







0V - 



-5ms H 



VARIES W/READOUT AND VERTICAL POSITION 



at ■ t V 



_r U 



+22V — - - i\. • l- »\ ,» u 

VARIES W/READOUT AND VERTICAL POSITION 



T o 1 v — 





■- r ffr 



+27V 



-J] 



+24V- 



VARIES W/READOUT AND VERTICAL POSITION 

f-«-v \*~ 2 . 4ms -»«| 

+5V — «- \ 



HOLDOFF 



100 «S B SWEEP SELECTED - W/NO TRIGGER 



+46V- 








VARIES W/HORIZONTAL POSITION 




VARIES W/HORIZONTAL POSITION 








L 



3iB8 H HOLDOFF | SWEEP | 

B SWEEP 100 «S 



-3ms- 



HOLDOFF 
AMPLITUDE VARIES W/INTENSITY 
A AND B SWEEP 200 nS, DLY 0.0 READOUT OFF 



H2V 



- 3ms - 



^AMPLITUDE VARIES W/ INTENSITY SETTING 



A SWEEP 200 uS 



6883-39 



0V — 







-3m8- 



-190MV- 



W/READOUT OFF (53 MAY LOOK LIKE 52) 



H00mV— mum I i Hi at Jjp Ittli"^ 



0V — 







n 



-5ms - 



mn £. » w «f ma t, - " 

-150mV— ... U 

VARIES W/READOUT AND VERTICAL POSITION 



H-2.4ms-»| 



0V ■ 



A AND B SEC/DIV KNOBS LOCKED 1200ijs)V/NO TRIGGER 

— 3ms — 





-1.35V 



♦ 100mV- 

8 

0V - 



tt J s A lit 

»l Ul IV- i t 



-150mV — ft\ 1 1 «W « »' :1 " 

VARIES W/READOUT AND VERTICAL POSITION 



+30V- 



■ I a i «p mi 



+22V — - - i\> • •- »\ i» « 

VARIES W/READOUT AND VERTICAL POSITION 



+31 V — 



+27V — 



'V « - i • 



Jl 



+24V- 



VARIES W/READOUT AND VERTICAL POSITION 

U-2.4ms-H 



+5V — p. \ 



HOLDOFF 



100 MS B SWEEP SELECTED - W/NO TRIGGER 



-3ms- 



+46V — 



+28V — 




VARIES W/HORIZONTAL POSITION 



+46V- 




VARIES W/HORIZONTAL POSITION 



+ 1 .5V — 







0V- 




- 3ms H HOLDOFF |SWEEP| 

B SWEEP 100 mS 



+8.5V- 



r- «ns HOLDOFF 

AMPLITUDE VARIES W/INTENSITY 

A AND B SWEEP 200 nS, DLY 0.0 READOUT OFF 



-3ms- 



r 

+ 10V 1 



*AMPLITUOE VARIES W/INTENSITY SETT INC 

A SWEEP 200 nS 



6863-39 
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SCHEM 


BOARD 


CIRCUIT 
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SCHEM 
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LOCATION 
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C402 


3F 


6F 


J411 


2A 


1K 


R486 


2C 


4M 
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6C 


7F 


C403 


2H 


5J 


J411 


4A 


1K 


R487 


2C 


4M 


R820 


5K 


6F 


C404 


2J 


5J 


J411 


9N 


1K 


R488 


2C 


4M 


R821 


5K 


7E 1 


C412 


2F 


5F 


J511 


4A 


1D 


R489 


2B 


3M 


R822 


5B 


7E 


C478 


3E 


4L 


J511 


5A 


1D 


R490 


1C 


4K 


R823 


5K 


9E 


C487 


2C 


4M 


J512 


10N 


1H 


R491 


1E 


3K 


R860 


6J 


10G 


C488 


2C 


3M 


J512 


4N 


1H 


R492 


2E 


3L 


R855 


6K 


7F 


C601 


2K 


6J 


J512 


9A 


1H 


R493 


2E 


3L 


R856 


6L 


10E 


C617 


4L 


6G 


J512 


9N 


1H 


R494 


2D 


3L 


R858 


6K 


10E 


C625 


1M 


7G 








R495 


2F 


4K 


R860 


6K 


10D 


C735 


6H 


8E 


L403 


2H 


5J 


R496 


1D 


3L 


R903 


7L 


7K 


C803 


6L 


9G 


L605 


2L 


6J 


R497 


1C 


7L 


R949 


9K 


11K 


C804 


6M 


9G 


L606 


2K 


6K 


R498 


4D 


5K 


R956 


8K 


8L 


C805 


7M 


9G 


L607 


2K 


6H 


R501 


10B 


1K 


R967 


8L 


8K 


C806 


5M 


8F 


L608 


2L 


6H 


R600 


4M 


7K 


R972 


9N 


10L 


C808 


5M 


8G 


L609 


2K 


6J 


R601 


2K 


SJ 


R973 


9M 


10L 


C809 


5M 


8G 


L610 


2K 


6H 


R602 


2L 


5J 


R995 


9B 


8L 


C817 


5C 


8F 


L619 


4M 


7K 


R605 


2L 


5J 








C822 


5B 
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TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points when the indicated 
setup conditions are observed. 
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Figure 10-11. A9— 2465B High Voltage board. 
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The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points whenever the 
instrument is running. 
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Figure 10-12. A9— 2467B High Voltage board. 
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prefix — see end of Replaceable Electrical Parts List 
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Static Sensitive Devices 

See Maintenance Section 
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Chassis- mounted components have no Assembly Number 
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TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points whenever the 
instrument is running. 
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PatrialA9 also shown on diagrams 6 and 12. 
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Figure 10-13. A2A1— Regulator and A3— Inverter boards. 
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Static Sensitive Devices 

See Miintemnce Section 
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Chassis-tiountef components have no Assembly Numbe> 
prefm— see end of Repiaceable Electrical Parts List 
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COMPONENT NUMBER EXAMPLE 



® 



Static Sensitive Devices 

See Maintenance Section 



Component Number 
A23A2 R1234 



Assembly ^ ] * 

Number Subassembly 

Number (if used) 



Schematic 
' Circuit 
Number 







A2A1 


—REGULATOR BOARD 






CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


PIRf*l IIT 


SCHEM 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMRFR 


Ml HIRED 


C1016 


9 


CR1332 


10 


R1011 


9 


R1299 


10 


C1018 


9 


CR1334 


10 


R1012 


9 


R1300 


10 


C1208 


9 


CR1351 


10 


R1013 


9 


R1301 


10 


C1220 


10 


CR1376 


10 


R1014 


9 


R1302 


10 


C1222 


10 






R1015 


9 


n I oU4 


10 


C1226 


10 


E1001 


9 


R1016 


9 


R1305 


1U 


C1240 


10 


E1002 


9 


R1017 


9 


n iouo 


10 


C1245 


10 






R1018 


9 


R1307 


10 


C1246 


10 


F1330 


10 


R1019 


9 


R1309 


10 


C1260 


10 






R1204 


10 


R1331 


10 


C1261 


10 


J121 


10 


R1208 


9 


R1332 


10 


C1270 


10 


J122 


9 


R1212 


10 


rtlooo 


10 


C1272 


10 


J122 


10 


R1220 


10 


R1334 


10 


C1274 


10 


J201 


10 


R1221 


10 


R1351 


10 


C1280 


10 


J202 


10 


R1222 


10 


R1352 


10 


CI 290 


10 


J203 


10 


R1223 


10 


R1353 


10 


C1291 


10 


J204 


9 


R1226 


10 


R1364 


10 


C1292 


10 


J205 


9 


R1227 


10 


R1355 


10 


C1300 


10 


J206 


9 


R1228 


10 


R1356 


10 


C1330 


10 


J207 


9 


R1229 


10 


R1357 


10 


C1331 


10 


J208 


10 


R1240 


10 


R1358 


10 


C1350 


10 


J231 


9 


R1241 


10 




10 


C1357 


10 


J232 


10 


R1242 


10 


n lo/U 


10 


C1374 


10 


J233 


10 


R1243 


10 


R1372 


10 


C1400 


10 


J234 


10 


R1244 


10 


R1374 


10 


C1402 


10 






R1246 


10 


R1376 


10 






L1011 


9 


R1247 


10 


R1378 


10 


CR1011 


9 


L1012 


9 


R1248 


10 


R1400 


10 


CR1220 


10 


L1402 


10 


R1249 


10 


R1402 


10 


CR1221 


10 






R1261 


10 




CR1241 


10 


P208 


10 


R1262 


10 


RT1010 


9 


CR1242 


10 






R1264 


10 


RT1016 


9 


CR1243 


10 


Q1220 


10 


R1270 


10 




CR1244 


10 


Q1221 


10 


R1273 


10 


S350 


9 


CR1260 


10 


Q1222 


10 


R1274 


10 






CR1261 


10 


Q1223 


10 


R1280 


10 


T1229 


9 


CR1262 


10 


Q1240 


10 


R1281 


10 




CR1263 


10 


Q1241 


10 


R1282 


10 


TP201 


10 


CR1264 


10 


Q1243 


10 


R1283 


10 




CR1281 


10 


Q1245 


10 


R1284 


10 


U1260 


10 


CR1282 


10 


Q1280 


10 


R128S 


10 


U1270 


10 


CR1283 


10 


Q1281 


10 


R1286 


10 


U1281 


10 


CR1290 


10 


Q1290 


10 


R1287 


10 


U1290 


10 


CR1294 


10 


Q1300 


10 


R1291 


10 


U1300 


10 


CR1295 


10 


Q1301 


10 


R1292 


10 


U1330 


10 


CR1300 


10 


Q13S1 


10 


R1293 


10 


U1371 


10 


CR1301 


10 


Q1354 


10 


R1294 


10 




CR1302 


10 


Q1370 


10 


R1295 


10 


VR1293 


10 


CR1303 


10 


Q1376 


10 


R1296 


10 




CR1330 


10 






R1297 


10 


W251 


10 


CR1331 


10 


R1010 


9 


R1298 


10 







Chassis-mounted components have no Assembly Number 
prefix — see end of Replaceable Electrical Parts List 



d A3— Inverter boards. 



REV JAN 1989 
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AO 

Ad- 


-INVERTER BOARD 






CMPfM IIT 






SCHEM 


CIRCUIT 


SCHEM 


CIRCUIT 


SCHEM 


Ml 1MRPD 




Mi IMBED 


NUMBER 


NUMBER 


NUMBER 


NUMBER 


NUMBER 




9 


OR ] 050 


9 






R1063 


9 


CI 021 


9 


ORIOoO 


9 


LR1060 


9 


R1064 


9 


C1022 


9 


On iUb£ 


9 






R1065 


9 


C1023 


9 


CR1063 


9 


Q1021 


9 


R1066 


9 


C1 025 


9 


CR1064 


9 


Q1022 


9 


R1067 


9 


C1029 


9 


CR1065 


9 


Q1029 


9 


R1068 


9 


C1032 


9 


CR1070 


9 


Q1030 


9 


R1069 


9 


C1033 


9 


OR1 072 


9 


Q1040 


9 


R1070 


9 


fMfYJA 
OllAW 


9 


CR1101 


9 


Q1050 


9 


R1071 


9 




9 


OR 11 02 


9 


Q1060 


9 


R1072 


9 


in Art 


9 


CR1103 


9 


Q1062 


9 


R1075 


9 


C1042 


9 


CR1 104 


9 


Q1070 


9 


R1110 


9 


C1048 


Q 

y 


CR1 105 


9 


Q1110 


9 


R1111 


9 


C1050 


9 


Ort 1 1UD 


9 






R1112 


9 


C1051 


9 


CR1 110 


9 


R1018 


9 


R1113 


9 


C1 052 


g 


CR11 13 


9 


R1019 


9 


R1114 


9 


C1062 


Q 


CR11 14 


9 


R1020 


9 


R1115 


9 


O IUOO 


9 


CR1 115 


9 


R1022 


9 


R1129 


9 


r*i nfiR 
*j l uoo 


9 


CR1116 


9 


R1023 


9 


R1130 


9 


C1067 


g 


CR1 121 


9 


R1024 


9 






C1071 


Q 

y 


On 1 1 


9 


R1025 


9 


RT1110 


9 


C1072 


9 


CR1 1 23 


9 


R1027 


9 






C1075 


9 


CR1 124 


9 


R1028 


9 


T1020 


9 


C1101 


Q 

y 


CR1 131 


9 


R1029 


9 


T1050 


9 


C1 102 


9 


Om 1 6Z 


9 


R1030 


9 


T1060 


9 


C1 1 10 


g 






R1031 


9 






C1 11 1 


9 


F1 101 


9 


R1032 


9 


U1029 


9 


C1112 


9 


F1102 


9 


R1033 


9 


U1030 


9 


C1113 


9 






R1034 


9 


U1040 


9 


C1114 


9 


J231 


9 


R1035 


9 


U1062 


9 


C1115 


9 


J232 


9 


R1036 


9 


U1064 


9 


C1116 


9 


J233 


9 


R1037 


9 


U1066 


9 


C1120 


9 


J234 


9 


R1040 


9 


U1110 


9 


C1130 


9 


J301 


9 


R1041 


9 






C1132 


9 


J302 


9 


R1042 


9 


VR1020 


9 






J303 


9 


R1044 


9 


VR1062 


9 


CR1022 


9 


J304 


9 


R1045 


9 






CR1 023 


9 






R1046 


9 


W1021 


9 


CR1028 


9 


L1110 


9 


R1050 


9 


W1022 


9 


CR1030 


9 


L1113 


9 


R1052 


9 


W1050 


9 


CR1034 


9 


L1114 


9 


R1060 


9 


W1060 


9 


CR1035 


9 


L1115 


9 


R1061 


9 


W1101 


9 


CR1040 


9 


L1116 


9 


R1062 


9 


W1102 


9 
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TEST WAVEFORM SETUP INFORMATION 



The numbered waveforms below were obtained at the test points indicated on the accompanying schematic diagram and 
board dolly. The waveforms are representative of signals that may be expected at the associated points whenever the 
instrument is running. 
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LOW-VOLTAGE POWER SUPPLY AND FAN CIRCUIT <9 



CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


A CCCUD 

ASScMo 


LYA2 










C1018 


6D 


2C 


J204 


5B 


2B 


R1011 


5C 


2A 


RT1010 


sc 


2A 


C1018 


6C 


3C 


J205 


6B 


2B 


R1012 


6C 


3A 


RT1016 


6D 


1C 


C1208 


3C 


3D 


J206 


6B 


4B 


R1013 


ec 


4B 














J207 


6B 


4B 


R1014 


3C 


4C 


S350 


5B 


3A 


CR1011 


5D 


1C 


J231A 


5D 


1B 


R1015 


3C 


3C 




















R1016 


6D 


2B 


T1229 


3C 


3C 


E1001 


6C 


2B 


L1011 


5C 


2A 


R1017 


6B 


2B 








E1002 


6D 


3B 


L1012 


6C 


3B 


R1018 


8C 


3B 




















R1010 


6D 


1C 








J122 


3D 


2F 


R1010 


5C 


2A 


R1208 


3C 


2D 








Patrial A2 also shown on diagram 10. 


ASSEMBLY A3 


C1020 


4E 


SG 


CR1062 


7F 


7H 


Q1029 


3N 


8F 


R1071 


6H 


7G 


C1021 


7E 


5J 


CR1063 


7G 


7H 


Q1030 


6H 


6F 


R1072 


6H 


7F 


C1022 


5E 


6H 


CR1064 


7F 


7H 


Q1040 


8J 


6F 


R1075 


8G 


6E 


C1023 


4G 


7H 


CR1085 


7G 


7G 


01050 


6G 


5F 


R1110 


2M 


7C 


C1025 


3F 


7J 


CR1070 


7L 


6E 


Q1060 


8K 


50 


R1111 


2M 


7C 


C1029 


4N 


8F 


CR1072 


6G 


8F 


Q1062 


7H 


7G 


R1112 


2M 


7C 


C1032 


4L 


8H 


CR1101 


9M 


6B 


01 070 


9K 


8E 


R1113 


2L 


7C 


C1033 


5L 


8H 


CR1102 


9M 


6B 


O1110 


2L 


7C 


R1114 


2L 


7C 


C1034 


3L 


7G 


CR1103 


8N 


7A 








R1115 


1L 


7C 


C1036 


5L 


8H 


CR1104 


8N 


7A 


R1018 


7E 


SJ 


R1129 


4N 


8D 


C1040 


6J 


8F 


CR110S 


7N 


7A 


R1019 


6E 


6J 


R1130 


4N 


8E 


C1042 


4J 


8F 


CR1106 


7N 


7A 


R1020 


3F 


8J 








C1048 


4M 


8E 


CR1110 


7M 


5C 


R1022 


3G 


7H 


RT1110 


2M 


70 


C1050 


6G 


6G 


CR1113 


8M 


7B 


R1023 


3G 


8H 








C1061 


6F 


7D 


CFI1114 


8M 


7B 


R1024 


3H 


8H 


T1020 


6E 


6J 


C1052 


6G 


6E 


CR1115 


7M 


7B 


R1025 


3G 


8H 


T1060 


6F 


6H 


C1062 


OF 


7F 


CR1116 


7M 


7B 


R1027 


3M 


8J 


T1060 


6L 


6C 


C1065 


6L 


BE 


CR1121 


6M 


7D 


R1028 


3M 


8E 








C1066 


8G 


7H 


CR1122 


6M 


7D 


R1020 


3N 


8F 


U1029 


3N 


8E 


C1067 


9F 


7F 


CR1123 


6M 


8D 


R1030 


6H 


7F 


U1030 


5K 


8G 


C1071 


6H 


7G 


CR1124 


6M 


80 


R1031 


4L 


8F 


U1040 


4M 


8E 


C1072 


7J 


8F 


CR1131 


5M 


8D 


R1032 


4L 


8H 


U1062A 


8H 


7E 


C1075 


8J 


6E 


CR1132 


5M 


80 


R1033 


5L 


8H 


U1062B 


OH 


7E 


C1101 


9M 


SB 








R1034 


3L 


7H 


U1062C 


9F 


7E 


C1102 


9M 


6A 


F1101 


8N 


6B 


R1035 


4L 


8G 


U1062D 


9G 


7E 


C1110 


9M 


SB 


F1102 


ON 


8A 


R1036 


5L 


8H 


U1062 


8H 


7E 


C1111 


9M 


6A 








R1037 


4L 


8H 


U1064A 


9G 


7E 


C1112 


8N 


7B 


J231B 


5E 


6J 


R1040 


6H 


6F 


U1064B 


9G 


7E 


C1112 


8N 


7B 


J232B 


OP 


5A 


R1041 


6H 


6F 


U1064 


8H 


7E 


C1113 


8N 


8B 


J233B 


4P 


8D 


R1042 


3H 


7H 


U1066A 


8J 


7E 


C1114 


8N 


8C 


J234B 


7P 


8B 


R1044 


4M 


8E 


U1066B 


9J 


7E 


C1115 


7N 


8C 


J301 


6P 


8C 


R1045 


4M 


8E 


U1066 


8J 


7E 


C1116 


7N 


8B 


J302 


6P 


5B 


R1046 


5M 


8E 


U1110 


1L 


7C 


C1120 


6M 


8D 


J303 


8P 


5B 


R10SO 


6H 


6F 








C1130 


5M 


8D 


J304 


1N 


8C 


R1052 


6G 


6F 


VR1020 


4G 


8H 


C1132 


5M 


8C 








R1060 


8K 


7D 


VR1062 


7G 


7G 








L1110 


OM 


6A 


R1061 


7G 


7G 








CR1022 


3F 


7H 


L1113 


8N 


8A 


R1062 


8F 


7F 


W1021 


7E 


7J 


CR1023 


3H 


8H 


L1114 


8N 


8A 


R1063 


9F 


7F 


W1022 


6E 


7J 


CR1028 


3N 


8F 


L1115 


7N 


7C 


R1064 


9F 


7F 


W1050 


6G 


6F 


CR1030 


6H 


6F 


L1116 


7N 


8A 


R1065 


6L 


6E 


W1060 


6L 


60 


CR1034 


4L 


7H 








R1068 


8J 


7E 


W1101 


6N 


6C 


CR1035 


5L 


8H 


LR1060 


8K 


6E 


R1067 


8F 


7F 


W1102 


6N 


6C 


CR1040 


6H 


6F 








R1068 


8J 


7E 








CR1060 


6G 


6F 


Q1021 


3G 


8J 


R1069 


7H 


7G 








CR1060 


6L 


60 


Q1022 


4G 


8J 


R1070 


9K 


60 








OTHER PARTS 




BIO 


1P 


CHASSIS 








P231 


5E 


CHASSIS 


S90 


6A 


CHASSIS 








P204 


5B 


CHASSIS 


P232 


9P 


CHASSIS 


S1020 


5E 


CHASSIS 


C10 


1N 


CHASSIS 


P205 


6B 


CHASSIS 


P233 


4P 


CHASSIS 














P206 


6B 


CHASSIS 


P234 


7P 


CHASSIS 








F90 


5A 


CHASSIS 


P207 


6B 


CHASSIS 















H 




| PMTIHL A2A1 BE6UUT0R BO<«T| 



2465B/2467B SERVICE 





SCHEM 


BOARD 




LOCATION 


LOCATION 








5C 


2A 




6D 


1C 




5B 


3A 




3C 


3C 








6H 


7G 




6H 


7F 




8G 


BE 




2M 


7C 




2M 


7C 




2M 


7C 




2L 


7C 




2L 


7C 




1L 


7C 




4N 


8D 




4N 


8E 




2M 


7C 




6E 


6J 




6F 


6H 




6L 


6C 




3N 


8E 




5K 


8G 




4M 


8E 




8H 


7E 




9H 


7E 




9F 


7E 




9G 


7E 




8H 


7E 




9G 


7E 




9G 


7E 




8H 


7E 




8J 


7E 




9J 


7E 




8J 


7E 




1L 


7C 




4G 


8H 




7G 


7G 




7E 


7J 




6E 


7J 




6G 


6F 




6L 


6D 




6N 


6C 




6N 


6C 






6A 


CHASSIS 




5E 


CHASSIS 



8 



B 



H 



K 



M 



N 



10 
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LOW-VOLTAGE POWER SUPPLY AND FAN CIRCUIT <9> 



LOW-VOLTAGE POWER SUPPLY AND FAN CIRCUIT <9 
(SN B049999 & BELOW) V 





SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD I 


CIRCUIT 


SCHEM 


BOARD I 


CIRCUIT 


SCHEM 


BOARD 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


ASSEMB1 


.Y A2 










C1016 


6D 


2C 


J204 


5B 


2B 


R1011 


5C 


2A 


RT1010 


SC 


2A 


C1018 


ec 


3C 


J205 


6B 


2B 


R1012 


6C 


3A 


RT1016 


60 


1C 


C1208 


3C 


3D 


J206 


6B 


4B 


R1013 


6C 


4B 














J207 


6B 


4B 


R1014 


3C 


4C 


S350 


5B 


3A 


CR1011 


5D 


1C 


J231A 


5D 


1B 


R1015 


3C 


3C 




















R1016 


6D 


2B 


T1229 


3C 


3C 


E1001 


6C 


2B 


L1011 


6C 


2A 


R1017 


6B 


2B 








E1002 


6D 


3B 


L1012 


6C 


3B 


R1018 


ec 


3B 




















R1019 


6D 


1C 








J122 


3D 


2F 


R1010 


5C 


2A 


R1208 


3C 


2D 








PatrialA2ats 


5 shown on dim 


;ram 10. 


ASSEMBLY A3 




















C1020 


4E 


5G 


CR1062 




7H 


01029 


3N 


8F 


R1071 


6H 


7G 


C1021 


7E 


5J 




7G 


7H 


Q1030 


6H 


6F 


R1072 


6H 


7F 


C1022 


5E 


5H 


CR1064 


jp 


7H 


01040 


6J 


6F 


R1075 


8G 


6E 


C1023 


4G 


7H 




7G 


7G 


Q1060 


6G 


5F 


R1110 


2M 


7C 


C1025 


3F 


7J 


on luiw 


7L 


6E 


01060 


8K 


5D 


R1111 


2M 


7C 


C1029 


4N 


8F 


CR1072 


6G 


8F 


Q1062 


7H 


7G 


R1112 


2M 


7C 


C1032 


4L 


8H 


CR1101 


9M 


6B 


Q1070 


9K 


8E 


R1113 


2L 


7C 


C1033 


6L 


8H 


CR1 102 


9M 


6B 


O1110 


2L 


7C 


R1114 


2L 


7C 


C1034 


3L 


7G 


\jn i iuo 


8N 


7A 








R1115 


11_ 


7C 


C1035 


5L 




CR1 104 


8N 


7A 


R1018 


7E 


SJ 


R1129 


4N 


8D 


C1040 


8J 


6F 


CR1 105 


7N 


7A 


R1019 


6E 


SJ 


R1130 


4N 


8E 


C1042 


4J 


8F 




7N 


7A 


R1020 


3F 


8J 








C1048 


4M 


8E 


CR1110 


7M 


5C 


R1022 


3G 


7H 


RT1110 


2M 


7C 


CI 050 


6G 


6G 


CR1113 


8M 


7B 


R1023 


3G 


8H 








C1051 


8F 


7D 


CR1114 


8M 


7B 


R1024 


3H 


8H 


T1020 


6E 


6J 


C1052 


6G 


BE 


CR1115 


7M 


7B 


R1025 


3G 


8H 


T1050 


6F 


6H 


C1062 


9F 


7F 


CR1116 


7M 


7B 


R1027 


3M 


8J 


T1060 


6L 


6C 


C106S 


6L 


6E 


CR1121 


6M 


70 


R1028 


3M 


8E 








C1066 


8G 


7H 


CR1122 


6M 


7D 


R1029 


3N 


8F 


U1029 


3N 


8E 


C1067 


9F 


7F 


CR1123 


6M 


8D 


R1030 


6H 


7F 


U1030 


5K 


8G 


C1071 


6H 


7G 


CR1124 


6M 


8D 


R1031 


4L 


8F 


U1040 


4M 


8E 


C1072 


7J 


8F 


CR1131 


5M 


80 


R1032 


4L 


8H 


U1062A 


8H 


7E 


C1075 


8J 


6E 


CR1132 


5M 


8D 


R1033 


5L 


8H 


U1062B 


9H 


7E 


C1 101 


9M 


6B 








R1034 


3L 


7H 


U1062C 


9F 


7E 


C1102 


9M 


6A 


F1101 


8N 


6B 


R1035 


4L 


8G 


U1062D 


9G 


7E 


C1110 


9M 


6B 


F1102 


9N 


8A 


R1036 


5L 


8H 


U1082 


8H 


7E 


C1111 


9M 


8A 








R1037 


4L 


8H 


U1064A 


9G 


7E 


C1112 


8N 


7B 


J231B 


5E 


SJ 


R1040 


6H 


6F 


U1064B 


9G 


7E 


C1112 


8N 


7B 


J232B 


9P 


5A 


R1041 


6H 


6F 


U1064 


8H 


7E 


C1113 


8N 


8B 


J233B 


4P 


8D 


R1042 


3H 


7H 


U1066A 


8J 


7E 


C1114 


8N 


8C 


J234B 


7P 


8B 


R1044 


4M 


8E 


U1066B 


SJ 


7E 


C1115 


7N 


8C 


J301 


6P 


8C 


R1045 


4M 


8E 


U1068 


BJ 




cme 


7N 


SB 


J302 


6P 


5B 


R1046 


6M 


BE 


U1110 


1L 


7C 


C1120 


6M 


8D 


J303 


8P 


5B 


R1050 


8H 


6F 








C1130 


5M 


BD 


J304 


1N 


8C 


R1052 


6G 


6F 


VR1020 


4G 


8H 


C1132 


5M 


8C 








R1060 


8K 


7D 


VR1062 


7G 


7G 








L1110 


9M 


6A 


R1061 


7G 


7G 








CR1022 


3F 


7H 


L1113 


8N 


8A 


R1062 


8F 


7F 


W1021 


7E 


7J 


CR1023 


3H 


8H 


L1114 


8N 


8A 


R1063 


9F 


7F 


W1022 


6E 


7J 


CR1028 


3N 


8F 


L1115 


7N 


7C 


R1064 


9F 


7F 


W1050 


6G 


6F 


CR1030 


6H 


8F 


L1116 


7N 


8A 


R1065 


6L 


6E 


W1060 


6L 


6D 


CR1034 


4L 


7H 








R1066 


8J 


7E 


W1101 


6N 


6C 


CR1035 


a 


8H 


LR1060 


8K 


6E 


R1067 


8F 


7F 


W1102 


6N 


6C 1 


CR1040 


6H 


6F 








R1068 


8J 


7E 








CR1050 


6G 


6F 


01 021 


3G 


8J 


R1069 


7H 


7G 








CR1060 


6L 


6D 


01 022 


4G 


8J 


R1070 


9K 


6D 








OTHER PARTS 


B10 


1P 


CHASSIS 








P231 


5E 


CHASSIS 


S90 


6A 


CHASSIS 








P204 


SB 


CHASSIS 


P232 


9P 


CHASSIS 


S1020 


5E 


CHASSIS 


C10 


1N 


CHASSIS 


P205 


6B 


CHASSIS 


P233 


4P 


CHASSIS 














P206 


6B 


CHASSIS 


P234 


7P 


CHASSIS 








F90 


5A 


CHASSIS 


P207 


6B 


CHASSIS 















A.B.C.D.E.F.G.H.J 
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2465B/2467B SERVICE 



6863-12 
REV. MAR IS, 19B9 



A f B T C t P,E T F,G T H T J T K f L T M f N,P 



SCHEM 


BOARD 


LOCATION 


LOCATION 




5C 


2A 


6D 


1C 


SB 


3A 


3C 


3C 






6H 


7G 


6H 


7F 


8G 


BE 


2M 


7C 


2M 


7C 


2M 


7C 


2L 


7C 


2L 


7C 


1L 


7C 


4N 


8D 


4N 


8E 


2M 


7C 


6E 


BJ 


6F 


6H 


6L 


DO 


3N 


8E 


5K 


8G 


4M 


8E 


8H 


7E 


9H 


7E 


9F 


7E 


9G 


7E 


8H 


7E 


9G 


7E 


9G 


7E 


8H 


7E 


8J 


7E 


9J 


7E 


8J 


7E 


1L 


7C 


4G 


8H 


7G 


7G 


7E 


7J 


6E 


7J 


6G 


6F 


6L 


6D 


6N 


6C 


6N 


6C 






6A 


CHASSIS 


5E 


CHASSIS 



8 



10 




CD 

m 
r- 
o 



2465B/2467B SERVICE 



REV. HAR 13. 1989 



LOW-VOLTAGE POWER SUPPLY AND FAN CIRCUIT 



LOW-VOLTAGE REGULATORS 




CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 




SCHEM 


BOARD 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


ASSEMBLY A2 
















C1220 


2L 


2D 


CR1334 


9L 


2G 


R1223 


1D 


4D 


R1333 


11E 


3J 


C1222 


1D 


3D 


CR1351 


10G 


4J 


R1228 


2C 


30 


R1334 


11E 


3J 


C1226 


2D 


2D 


CR1376 


8H 


1G 


R1227 


2D 


2D 


R1351 


10G 


4J 


C1240 


3L 


2D 








R1228 


2D 


2D 


R1352 


10J 


2J 


C1245 


3F 


3E 


F1330 


11F 


2E 


R1229 


8E 


3D 


R1353 


10J 


2J 


C1246 


3F 


2E 








R1240 


3G 


3F 


R1354 


10J 


2J 


C1260 


5L 


1D 


J121 


1N 


2E 


R1241 


3G 


3F 


R1355 


10J 


2J 


C1261 


4J 


3F 


J122 


3N 


2F 


R1242 


3G 


3F 


R1356 


10G 


3J 


C1270 


7K 


3G 


J201 


4N 


1D 


R1243 


3G 


3E 


R1357 


10K 


3J 


C1272 


7K 


3G 


J202 


5N 


1E 


R1244 


3F 


3E 


R1358 


9H 


^ 1 


C1274 


7K 


3G 


J203 


6N 


1F 


R1246 


3F 


3E 


R1359 


10Q 


2J 


C1280 


8L 


2E 


J208 


6E 


2H 


R1247 


3F 


2E 


R1370 


8G 


2G 


C1290 


6D 


2H 


J232A 


10B 


1J 


R1248 


4F 


3E 


R1372 


8G 


2G 


C1291 


6E 


2M 


J232A 


7B 


1J 


R1249 


3F 


3F 


R1374 


7G 


2G 


CI 282 


7P 


2H 


J233A 


1B 


3F 


R1261 


4H 


2F 


R1376 


8H 


1Q 


C13O0 


8L 


2F 


J233A 


7B 


3F 


R1262 


5H 


2F 


R1378 


7H 


1G 


C1330 


11L 


2F 


J233A 


7N 


3F 


R1264 


4H 


3F 


R1400 


5C 


3H 


C1331 


1 1 F 


3j 


J234A 


1 1B 


3H 


R1270 


7K 


3G 


R1402 


9C 


4H 


C1350 


9L 


2F 


J234A 


58 


3H 


R1273 


7J 


3G 








C1357 


10H 


2J 


J234A 


96 


3H 


R1274 


7K 


3G 


TP201 


6F 


2H 


C1374 


8G 


2G 








R1280 


6K 


3G 








CI 400 


6C 


3H 


L1402 


9C 


4H 


R1281 


6K 


3G 


U1260 


5J 


4F 


CI 402 


9C 


4H 








R1282 


6K 


2G 


U1270A 


8J 


3J 








P208 


6E 


2H 


R1283 


6J 


4Q 


U1270B 


8J 


3J 


CR1220 


2E 


3D 








R1284 


7J 


2H 


U1270C 


11F 


3J 


CR1221 


2L 


2D 


Q1220 


1E 


4E 


R1285 


7J 


2H 


U1270D 


10H 


3J 


CR1241 


3G 


3F 


01221 


1D 


4E 


R12B6 


6K 


2G 


U1270 


6C 


3J 


CR1242 


3F 


3E 


01222 


2C 


3E 


R1287 


BJ 


2G 


U1281A 


2D 


3D 


CR1243 


4L 


2E 


01223 


1D 


3E 


R1288 


6E 


2H 


U1281B 


4F 


3D 


CR1244 


2D 


3D 


01240 


3G 


4F 


R1291 


6E 


2H 


U1281 


7C 


3D 


CR1260 


5J 


4F 


01241 


3F 


4E 


R1292 


8E 


2H 


U1290 


6D 


2J 


CR1261 


8L 


2E 


Q1243 


3F 


3E 


R1293 


6E 


2H 


U1300A 


ej 


2H 


CR1282 


4J 


3F 


01245 


3F 


3E 


R1294 


7E 


3G 


U1300B 


6J 


2H 


CR1263 


5J 


3G 


01 280 


6K 


4G 


R1295 


7E 


3G 


U1300C 


6E 


2H j 


CR1264 


4H 


2F 


01281 


6J 


4G 


R1298 


6E 


2H 


U1300D 


6E 


2H 


CR1281 


8J 


2G 


Q1290 


7E 


2H 


R1297 


6D 


2H 


U1300 


7C 


2H 


CR1262 


6J 


2G 


Q1300 


9K 


4H 


R1298 


7D 


2H 


U1330 


11E 


4J 


CR1283 


61 


2F 


Q1301 


9J 


4J 


R1290 


7E 


2H 


U1371A 


4J 


2G 


CR1290 


6E 


2H 


Q1351 


10J 


2J 


R1300 


8K 


3H 


U1371B 


5H 


2G 


CR1294 


7E 


2H 


Q1354 


10H 


2J 


R1301 


BK 


3G 


U1371C 


7K 


2G 


CR1295 


7E 


2H 


01370 


7F 


3G 


R1302 


8K 


3H 


U1371D 


8G 


2G 


CR1300 


8J 


2H 


Q1376 


6H 


1Q 


R1304 


BJ 


4J 


U1371 


7C 


2G 


CR13Q1 


8J 


2H 








R1305 


BK 


3H 








CR1302 


BJ 


3H 


R1204 


8F 


3G 


R1308 


BK 


3H 


VR1293 


6F 


2H 


CR1303 


8L 


2F 


R1212 


1C 


4D 


R1307 


BJ 


3H 








CR1330 


11E 


4J 


R1220 


1E 


4D 


R1309 


9J 


3H 


W251 


11N 


1H 


CR1331 


10L 


2G 


R1221 


1E 


4D 


R1331 


11F 


3J 








CR1332 


11E 


4J 


R1222 


1D 


4D 


R1332 


11F 


3J 








PatrialAZ also shown on diagram 9. 


OTHER PARTS 


P251 


7N 


CHASSIS 





















B 



H 



8 



10 




2465B/2467B SERVICE 



ner- MAfl IB. 1080 



r 


SCHEM 


BOARD 


R 


LOCATION 


LOCATION 






11E 


3J 




11E 


3J 




10G 


4J 




10J 


2J 




10J 


2J 




10J 


2J 




10J 


2J 




10G 


3J 




10K 


3J 




9H 


3J 




10G 


2J 




8G 


2G 




8G 


2G 




7G 


2G 




8H 


1G 




7H 


1G 




5C 


3H 




9C 


4H 




6F 


2H 




5J 


4F 




8J 


3J 




8J 


3J 




11F 


3J 




10H 


3J 




6C 


3J 




2D 


3D 




4F 


3D 




7C 


3D 




6D 


2J 




6J 


2H 




6J 


2H 




6E 


2H 




6E 


2H 




7C 


2H 




11E 


4J 




4J 


2G 




5H 


2G 




7K 


2G 




8G 


2G 




7C 


2G 




6F 


2H 




11N 


1H 













8 



10 



11 



H 



K 



M 



N 




2465B/2467B SERVICE 



LOW-VOLTAGE REGULATORS 



2465B POWER DISTRIBUTION A 




CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


ASSEMBLY A1 










C102 


6A 


7D 


C810 


2L 


8G 


L120 


2B 


6E 


U160 


2C 


3D 


C106 


6B 


6D 


C811 


3L 


8G 


L219 


7B 


3C 


U165 


3K 


3F 


C107 


68 


8D 


C819 


6L 


9F 


L220 


2B 


3C 


U170 


4K 


3E 


C108 


7B 


7D 


C850 


6L 


8F 


L307 


60 


3B 


U180 


3C 


2E 


C113 


3B 


6D 


C903 


3K 


6K 


L325 


3D 


3B 


U200 


4B 


4C 


C114 


3B 


6D 


C933 


2L 


10G 


L336 


3D 


1C 


U300 


4D 


1A 


C1 19 


6B 


5B 


C938 


7L 


1 1G 


L521 


6E 


3H 


U350 


2L 


10B 


C120 


2B 


BE 


C040 


6L 


1 1H 


L733 


2G 


7E 


U400 


4D 


6F 


C121 


28 


6E 


C943 


3L 


11H 


L738 


7G 


7E 


U450 


2L 


4F 


C125 


4A 


6C 


C958 


3L 


8L 


L740 


6G 


7E 


U500 


4E 


4G 


C207 


6A 


BC 


C966 


1L 


1 1L 


L743 


3G 


7D 


U800 


4F 


6J 


C209 


5C 


4C 


C967 


1L 


1 1K 


L938 


6J 


7K 


U650 


4F 


4K 


C210 


3C 


4E 


CQ73 


7L 


10L 


L973 


7L 


10L 


U700 


4G 


BC 


C218 


IKj 


tn 
ou 


C976 


1G 
JC 


8M 


L980 


3E 


7L 


U800 


4J 


9F 


C219 


7C 


3D 


C977 


3E 


7L 








U850 


4K 


9E 


C220 


2C 


3C 


C980 


3E 


7K 


LR101 


5A 


6C 


U860 


4K 


7F 


C221 


2C 


3D 


C981 


3E 


7L 


LR107 


5C 


6E 


U900 


4H 


10J 


C225 


4B 


3C 


C985 


3F 


5L 


LR201 


5B 


5C 


U910 


2F 


10G 


C307 


6D 


38 


C988 


6J 


7L 


LR218 


6C 


3D 


U950 


4J 


8K 


C325 


3D 


3C 


C990 


2L 


9M 


LR219 


6C 


3D 


U975 


3E 


6M 


C336 


3D 


1C 














U980 


36 


7L 


C415 


7L 


5G 


CR107 


6B 


5J 


Q700 


1G 


10C 


U985 


3F 


6M 


C458 


2L 


3F 


CR807 


4J 


8G 














C480 


2L 


3K 


CR811 


2H 


8G 


R125 


3B 


7D 


VR125 


3A 


7D 


C500 


4E 


3G 


CR987 


4J 


9M 


R225 


38 


3C 


VR225 


3B 


3C 


C501 


SE 


3G 








R700 


1G 


10C 








C521 


6L 


2J 


J119 


6P 


4H 


R701 


1F 


10C 


W101 


7B 


10B 


C675 


3L 


4J 


J191 


1P 


10K 


R702 


2F 


10D 


W103 


7B 


8H 


C710 


2F 


10D 


J191 


8P 


10K 


R811 


2H 


8G 


W104 


7B 


3L 


C722 


3G 


BD 


J411 


2P 


1K 


R951 


8N 


10K 


W105 


7B 


SG 


C723 


3G 


8D 


J511 


4P 


10 








W109 


8B 


10M 


C730 


8C 


68 


J511 


8A 


1D 


U100 


4B 


6C 


W121 


2A 


5J 


C731 


8C 


OF 


J512 


9A 


1H 


U110 


2B 


8B 


W121 


8A 


5J 


C732 


8B 


9B 








U120 


2B 


8C 


W122 


7A 


5H 


C733 


2G 


8E 


L101 


6B 


7C 


U130 


2B 


8C 








C738 


7G 


8E 


L107 


6B 


8D 


U140 


3K 


8B 








C740 


6G 


8D 


1.113 


38 


8D 


U150 


3K 


8C 








PatnalAI also shown on diagrams 4, 5, 6, and 8. 


OTHER PARTS 


P121 


1A 


CHASSIS 


P121 


8A 


CHASSIS 


P122 


2A 


CHASSIS 









B 



H 




REV. MAR 15. 1989 



A.B,C,D,E,F,G,H,J,K,L,M,N,P 





SCHEM 


BOARD 




LOCATION 


LOCATION 






2C 


3D 




3K 


3F 




4K 


3E 




3C 


2£ 




4B 


4C 




4D 


1A 




2L 


1 de- 




4D 


bf 




2L 


4F 




4E 


4G 




4F 


8J 




4F 


4K 




4G 


8C 




4J 


9F 




4K 


9E 




4K 


jp 




4H 


10J 




2F 


10G 




4J 


8K 




3E 


8M 




3E 


7L 




3F 


6M 




3A 


7D 




3B 


3C 




7B 


108 




7B 


8H 




7B 


3L 




7B 


5G 




8B 


10M 




2A 


5J 




8A 


SJ 




7A 


5H 













8 



Pl2_ 



FROM 
J121 
[2N] 



Pi . +8?v 



)Q700 



1U ~ 



FROH 
J122< 



H121 



n 



FROM 

J122< 

ON] 



FROM 
J122< 
[3W 



ciai 

47*iF 



VR125 

6.2V B125 
360 



n. 



C125 
0.1 



U110-1413 
U120-1413 
U130-1413 



HC-g 



C114 
47jiF 

CI 13 
022 



C225 
0.1 



U100 

CHI 
PBEAMP 



SEE 

<J> 

ALSO 



U200 

CH2 
PHEAMP 



SEE 
ALSO 



2.7fH 

9-^h4 fHe-6 



CH3 a CH4 
PREAMP 



-8V2 

T ^" W CR200 

4-C209 v [7W 
.022 



<4> CRiOO 




3-*K 

C9B0 • 

.oa2 : 



C976 
.03 



U975-PAL20S10 | 

12. 131 

iff C981 



U980-74LS74 



T 



U400 

CHANNEL 
SWITCH 



SEE 

<s> 

ALSO 



-<4> B198 
V [8KJ 



T 



0.1 

K-6 





U500 


1 

FT 

tt 


U600 




U650 


s 

7 
10 


A G B 

TniesEn 


tt 
Tt 
Tt 


VERTICAL 
OUTPUT 




DISPLAY 
SEQUENCER 


14 




TiT 








19 
29 
31 
34 


SEE 

<§> 
ALSO 


112 
125 
126 
135 
T36 


SEE 

<§> 

ALSO 




SEE 

<§> 

ALSO 


33 
43 




T41 








rh 













C733 
47*F 

+15Vl^ 



<§> f 



C723 
47jtF 

C722 
022 



16 ail 23 43I 



*<g>! 



U735-1 
<6> U735-5 
vX U735-11 
BJ] [BH1 



U700 

A SWEEP 



<5> 



3 {43 : 



0T33T 



U900 

6 SWEEP 



ALSO 
9 |38 30J4 



-15V1 

/ R732 
C7H] 



<§>R 



"-<6> U735-12. 13 
V [7H1 



C740 



C738 
47j*F 



/T^C 



-<s>< 



I I C933 



C903 
.,.022 



1 


o| 11 7| 


27 "28 1 31 aila 39T40I 








18 






U800 




19 
20 


U950 




horiz 




24 


Z AXIS 




OUTPUT 




25 
33 
34 






SEE 




35 


SEE 




<S> 

ALSO 




36 
41 


<S> 
ALSO 


f 




146 





U1B5-TLCS74C 



ZUL 



U170-4051 
7 1 



U850-4053 ~ £ 
UB60-4053 n I" 



.022 



^<3> <t> 

TO: J1B1-2 C152 
R142 C744 
R143 R152 
R144 R555 
R195 RS60 
R196 R749 
R754 



C803 J 120- 11 



R4B0 
R490 
R622 
R624 



R149 CR359 
U140-1 CR747 
U150-1 CR950 
Q742 



RS12 
R520 
R544 
R651 
R709 
R747 
R901 



R401 J120-5 

R479 

R491 

R496 

R497 

R498 

R615 

R61B 



R903 

U475-1 

U485-1 

U485-8 

U860-11 

UB60-12 

UB60-13 

U860-14 



C521 
C819 
C850 
C940 
.022 



-<3> <§> <g> 



R465 R165 
R554 
R646 
R737 



R733 
R801 
RB03 



R957 

U475-13 

U485-13 



J191 
+B7V 16. 



< <8> P191- 
I V [3L] 

} /V T0 
<<8> P191- 



=<^>P.91 r 6 



I II 



K122 



P121 

' m Pi . +10V REF 



FROM 
J121 
[2NI 



-15V u ' ^ ™69 
v I R745 



C3401 R471 

J 141-2 R481 

R3401 R483 

R3407 R486 

R3411 R658 

R470 U3401-10 
U3402-10 



Q J120-! 



L I l KEY 

1 i ! -15V UN RES 



1 



— 5< <S> P191-3 

— S< <a> P191-2 

- J1 <<S> P S& 9 



0411 
+15V 14. 



6ND 




SNO 




GNO 





JSU 
GND 11 



+ 10V REF ^" J118-5 CR620 



FROM 
J511 
I5R] 



W12l| 



J511 

24 +1.36V 



"+Xc732 
T 220,iF 



C731 



^0730 
^ T022 



■"<3> R2ol <^> 



FROM 

J512-21 
[3N] 



J512 
' 21 BMP C 




C8S4 
R156 
U700-31 
U900-31 



<S> 



< <f> P191-1 
^ T9A1 



Static Sensitive Devices 

See Maintenance Section 



| PARTIAL A 1 " AIH °°*"° I 



2465B/2467B SERVICE 



6863-14 
REV. MAR 15. 1989 



POWER DISTRIBUTION A <11> 2465B 



4> 



2467B POWER DISTRIBUTION A 




CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


CIRCUIT 

MIIMRPQ 

nuMocn 


SCHEM 
LOCATION 


BOARD 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


ASSEMBLY A1 












C102 


6A 


7D 


C810 


2L 


8G 


L120 


2B 


6E 


U160 


2C 


3D 


C108 


6B 


6D 


C811 


3L 


8G 


L219 


7B 


3C 


U165 


3K 


3F 


C107 


66 


6D 


C819 


6L 


9F 


L220 


2B 


3C 


U170 


4K 


3E 


C108 


7B 


7D 


C850 


6L 


8F 


L307 


60 


3B 


U180 


3C 


2E 


C113 


38 


6D 


C903 


3K 


6K 


L325 


3D 


3B 


U200 


4B 


4C 


CT 14 


3B 


6D 


0933 


2L 


10G 


L336 


3D 


1C 


U300 


4D 


1A 


C1 19 


6B 


5B 


C938 


7L 


11G 


L621 


6E 


3H 


U350 


2L 


10B 


C120 


2B 


6E 


C940 


6L 


11H 


L733 


2G 


7E 


U400 


4D 


6F 




CO 


6E 


C943 


3L 


11H 


L738 


7G 


7E 


U450 


2L 


4F 




4A 


6C 


C968 


3L 


8L 


L740 


6G 


jE 


U500 


4E 


4G 


C207 


6A 


6C- 


C966 


1L 


11L 


L743 


3G 


70 


U600 


4F 


6J 


C209 


5C 


4C 


C967 


1L 


11K 


L938 


6J 


7K 


U650 


4F 


4K 


C210 


JO 


4E 


C973 


7L 


10L 


L973 


7j_ 


10L 


U700 


4G 


8C 


C218 


7C 


3D 


C976 


3E 


8M 


L980 


3E 


7L 


U800 


4J 


9F 


C219 


7C 


3D 


C977 


3E 


7L 








U850 


4K 


9E 


C220 


2C 


3C 


C980 


3E 


7K 


LR101 


5A 


ec 


LJ860 


4K 


7F 


C221 


2C 


3D 


C981 


3E 


7L 


LR107 


5C 


6E 


U900 


4H 


10J 


C22S 


4B 


3C 


C985 


3F 


5L 


LR201 


68 


5C 


U910 


2F 


10G 


C307 


6D 


3B 


C988 


6J 


7L 


LR218 


6C 


3D 


U950 


4J 


8K 


0325 


3D 


3C 


C990 


2L 


9M 


LR219 


6C 


3D 


U975 


3E 


8M 


C336 


3D 


1C 














U980 


3E 


7L 


C415 


7L 


5G 


CR107 


6B 


5J 


Q700 


1G 


10C 


U985 


3F 


6M 


C458 


2L 


3F 


CR807 


4J 


8G 














C480 


2L 


3K 


CR811 


2H 


8G 


R125 


3B 


70 


VR125 


3A 


7D 


C500 


4E 


3G 


CR987 


4J 


9M 


R225 


3B 


3C 


VR225 


3B 


3C 


C501 


SE 


3G 








R700 


1G 


10C 








C521 


6L 


2J 


J119 


6P 


4H 


R701 


1F 


10C 


W101 


7B 


10B 


C675 


3L 


4J 


J191 


1P 


10K 


R702 


2F 


10D 


W103 


7B 


8H 


C710 


2F 


10D 


J191 


8P 


10K 


R811 


2H 


8G 


W104 


7B 


3L 


j C722 


3G 


8D 


J411 


2P 


1K 


R951 


8N 


10K 


W105 


78 


5G 


C723 


3G 


8D 


J511 


4P 


1D 








W109 


8B 


10M 


C730 


BC 


8B 


J511 


8A 


1D 


U100 


4B 


6C 


W121 


2A 


5J 


C731 


8C 


9F 


J512 


9A 


1H 


U110 


2B 


8B 


W121 


8A 


5J 


C732 


8B 


9B 








U120 


28 


8C 


W122 


7A 


5H 


C733 


2G 


8E 


L101 


6B 


7C 


U130 


2B 


8C 








C738 


7G 


8E 


L107 


6B 


6D 


U140 


3K 


8B 








C740 


6G 


8D 


L1 13 


3B 


6D 


U150 


3K 


8C 








PathalAI also shown on diagrams 4, 5, 6, 8, and 12. 


OTHER PARTS 


P121 


1A 


CHASSIS 


P121 


8A 


CHASSIS 


P122 


2A 


CHASSIS 









D 



H 



8 




2465B/2467B SERVICE 



6863-15 
REV. MAR 15, 1989 





SCHEM 


BOARD 


1 


LOCATION 


LOCATION 






2C 


3D 




3K 


3F 




4K 


3E 




3C 


2E 




4B 


40 




4D 


1A 




2L 


10B 




4D 


6F 




2L 


4F 




4E 


4G 




4F 


6J 




4F 


4K 




4G 


8C 




4J 


9F 




4K 


9E 




4K 


7F 




4H 


10J 




2F 


10G 




4J 


8K 




3E 


8M 




3E 


7L 




3F 


6M 




3A 


7D 




38 


3C 




78 


10B 




78 


8H 




78 


3L 




7B 


5Q 




8B 


10M 




2A 


5J 




8A 


5J 




7A 


5H 














POWER DISTRIBUTION A <£l>2467B 



2465B POWER DISTRIBUTION B 02 
(SN B050000 & ABOVE) V 



CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
LOCATION 


BOARD 
LOCATION 

WWW" i iwii 


ASSEMBLY A5 








C201 1 


5B 


1C 


C2836 


2C 


2J 


U2160 


5F 


3F 


U2660 


6G 


3G 


C2101 


58 


1B 


C2850 


2C 


2J 


U2201 


5G 


1B 


U2800 


2D 


3K 


C21 1 1 


5B 


3D 


C2851 


6C 


2K 


U2210 


6E 


2B 


U2805 


2D 


2K 


C21 13 


7B 


1C 


C2855 


2C 


1J 


U2220 


5G 


3H 


U2810 


2E 


2K 


C2160 


5B 


3H 


C2860 


2C 


3J 


U2240 


5G 


3F 


U2820 


1C 


3J 


C2220 


5B 


1A 


C2861 


2C 


2H 


U2250 


5G 


4E 


U2830 


2E 


2K 


C2221 


5B 


3H 


C2870 


2C 


2F 


U2260 


5F 


3G 


U2835 


2E 


2J 


C2222 


4B 


1C 


C2875 


2C 


2J 


U2301 


5G 


2B 


U2850 


2E 


2J 


C2240 


5B 


2F 


C2685 


2C 


1J 


U2310 


5G 


38 


U2855 


2E 


1G 


C2250 


5B 


4F 


C2890 


2C 


1K 


U2350 


5G 


4F 


U2860 


2F 


2J 


C2331 


4B 


1C 


C2901 


2C 


2H 


U2360 


5H 


2G 


U2866 


2G 


1G 


C2352 


6B 


3E 


C2905 


2C 


3J 


U2401 


5J 


3B 


U2870 


2E 


1G 


C2415 


5B 


4E 


C2913 


3B 


3J 


U2405 


6G 


2F 


U2875 


2E 


2J 


C2440 


5C 


2E 


C2926 


2C 


1H 


U2410 


6G 


1B 


U2880 


2E 


1J 


C2450 


6C 


2A 


C2940 


1B 


3J 


U2415 


6G 


4E 


U2885 


2E 


1J 


C2451 


5C 


3A 


C2950 


2C 


3J 


U2420 


40 


2C 


U2890 


2E 


1K 


C2452 


6B 


2A 


C2960 


2C 


1K 


U2425 


6G 


3E 


U2900 


2E 


3K 


C2460 


5C 


on 
cr 


C2965 


1B 


1K 


U2430 


4D 


2C 


U2906 


2F 


3K 


C2501 


5C 


4A 


C2970 


2C 


2K 


U2440 


6E 


3E 


U2910 


1D 


2H 


C2510 


6B 


3B 


C2980 


2C 


3K 


U2460 


6G 


4E 


U2920 


2H 


1H 


C2520 


78 


1C 


C2981 


6C 


1J 


U2460 


5H 


2E 


U2930 


2J 


3H 


C2530 


4C 


4C 


C2990 


2C 


1G 


U2501 


5J 


4B 


U2936 


2F 


1H 


C2540 


68 


3G 


C2995 


2C 


1G 


U2510 


6F 


4B 


U2940 


2E 


1H 


C2542 


6B 


2D 








U2520 


4E 


3D 


U2950 


6G 


2K 


C2560 


5C 


4F 


J251 


4A 


1D 


U2521 


5J 


3C 


U2960 


2G 


2H 


C2610 


7B 


3C 


J411 


1A 


4K 


U2530 


6J 


3C 


U2966 


2E 


1K 


C2629 


7C 


4D 


J511 


3A 


4C 


U2540 


5K 


3F 


U2970 


2E 


2K 


C2640 


5C 


4F 


J512 


3M 


4H 


U2550 


5K 


4F 


U2975 


2E 


2H 


C2641 


6B 


4G 


J652 


4M 


2A 


U2560 


5K 


4F 


U2980 


6G 


1J 


C2650 


68 


4D 


J4241 


4M 


1E 


U2570 


5K 


4G 


U2986 


2G 


2J 


C2B20 


1B 


3J 


J4241 


7M 


1E 


U2601 


5J 


4B 


U2990 


2E 


1J 


C2821 


3B 


3J 


J4330 


5M 


2D 


U2620 


4D 


4C 


U2995 


2E 


1H 


C2830 


18 


3J 








U2630 


4D 


4C 








C2831 


2C 


2K 


U2101 


5E 


2B 


U2640 


5K 


4G 


Y2540 


6H 


2D 


C2835 


2C 


3K 


U2140 


5E 


3D 


U2B60 


6G 


3G 









PathalAS also shown on diagrams 1, 2, and 7. 



B 



D 



H 



J-C2B20 
T .01 



ic2940 



FROM ys. J 

lap] ™1 



U2820-TL074 



1. O.lg 



I U2910-HC60ao | 



FROM >v 
J411 <ii>' 
tap] " 



«1 



C2B3: 

C2835 C2990 

n v C2B36 C2901 

C2850 C2905 

C2855 C2926 

C2B60 C2950 

C2961 C2960 

C2B70 C2970 

C2875 C2980 

C2885 C2995 



-,-02913 -1-02831 
TO.ljtF -T.Oi 



114 



U2810-74HCT00 

U2830-74HCT393 

U2835-74HCT32 

J2BS0-74HCT74 

U2855-74HCT02 

U2870-74HCT393 

U2B75-74HCT74 

U28BO-74HCT74 

U2685-74HCT10 

U2890-74HCT00 

U2900-74HCT10 

U2940-74HCT393 

U2965-74HCT00 

U2970-74HCT0G 

U2975-74HCTD0 

U2990-74HCTB6 

U2995-74HCT164 



X 



U2B60-74HCT299 
U2905-74HCT273 
U2935-74HCT245 



U2B65-CO4094 
U2960-CD4094 
U29B5-74HCT194 



U2920-HH6254 



FROM » 
J511 &hl 
[5P] V 



J511 

ill 6NQ ; 



FROM 
P261 
[8N) 



J251 
»42V 



J-C2331 J;C2222 



P 1 



-J- C2530 



tlOV REF jtlOV REF: 



•<s> 



C2010 
R2011 
R2013 
U2820-12 



i-0.1»F CAPACITORS 
'T-C2101 C2415 
XC2111 C2440 
C VC2160 C2450 
C2220 C2451 
C2221 C2460 
C2240 C2S01 
C2250 C2550 
C2352 C2640 
C2641 



LO.liiF CAPACITORS 



r r 



T 



J-C2610 

'po'i 



U2420-TL074 
U2430-TL074 
U2620-TL074 
U2B30-TLO74 



tfc2113 
■pl5»F 



1^C2520 
0.1 



^C21 



IU2101-AM60121 



jrj 3 



J2140-HC6BA02 



iip_ 



U2201-74HCT273 

U2220-74HCT243 

U2250-PLS153 

U2301-74HCT273 

U2310-74HCT273 

U2350-74HCT245 

U240S-74HCTS73 

U2410-74HC245 

U2415-74HCT573 

U2425-74HCT573 

U2450-74HCT573 



TlO 



U2240-TL770S 



T 



| U2210-74HCT273 | 



I U2440-74HCT7A 



T 



| U2510-LH311 | 



T 



| PARTIAL A 5 CONTROL/READOUT /BUFFER BOARD j 



2465B/2467B SERVICE 



T 


SCHEM 


BOARD 


R 


LOCATION 


LOCATION 






6G 


3G 




2D 


3K 




2D 


2K 




2E 


2K 




1C 


3J 




2E 


2K 




2E 


2J 




2E 


2J 




2E 


1G 




2F 


2J 




2G 


1G 




2E 


1G 




2E 


2J 




2E 


1J 




2E 


1J 




2E 


1K 




2E 


3K 




2F 


3K 




1D 


2H 




2H 


1H 




2J 


3H 




2F 


1H 




2E 


1H 




6G 


2K 




2Q 


2H 




2E 


1K 




2E 


2K 




2E 


2H 




6G 


1J 




2G 


2J 




2E 


1J 




2E 


1H 


) 


6H 


2D 





8 



FROM 
J411 < 
[2P] 



FROM 

J411 ap 
BP ^ 



FROM 
JS11 < 
[5P) 



FROM 
P251 
UN 



B 



H 



K 



M 



N 



-±- LtiBJU -I- 



U2B20-TL074 



O.laF CAPACITORS 

C2831 C2S90 

C283S C2990 

C2836 C2901 

C2850 C290S 

C2855 C2926 

C2850 C2950 

C2B61 C2960 

C2870 C2970 

C2875 C2980 

C2885 C299S 



Vr 



XC2913 J-C2821 



] [ 



U2910-MC6080 



0: f 



R2908 
H2914 
R2918 



T 



J511 

ENDS 



X C2331 
Tl5»F 



+10V REF 1-HOV REF.1 



C2010 
R2031 
R2013 



_I.0.1*F CAPACITORS 
TC2101 C2415 
J-C2111 C2440 
C VC2160 C2450 
C2220 C2451 
C2221 C2450 
C2240 C2501 
C2250 C2550 
C2352 C2640 
C2641 



T 



C2851 -1-C29B1 
TO.i 



^C2610 

T0T1 



T 



114 



U2810-74HCTOO 

U2B30-74HCT393 

U2835-74HCT32 

U2850-74HCT74 

U2855-74HCT02 

U2870-74HCT393 

U2B75-74HCT74 

U28B0-74HCT74 

U2885-74HCT10 

U2890-74HCT00 

U2900-74HCT10 

U2940-74HCT393 

U2965-74HCT00 

U2970-74HCT00 

U2975-74HCT00 

U2990-74HCT86 

U2995-74HCT164 



X 



U2860-74HCT299 
U2905-74HCT273 
U2935-74HCT245 



U2B65-CD4094 
U2960-CD4094 
U2985-74HCT194 



U2920-HM62G4 



R2B65 
R2866 
R2960 
R2961 
R2995 

U 2300-2. 4. 5 
U2805-1. 2, 3, 4, 5 
U2850-2, 4, 10. 13 
U2B60-9. 11. 19 
U2865-15 



U2B75-1. 4 
U2BB0-1. 12 
U2885-10 
U2905-1 
U2910-1 

U2920-2. 21. 23, 24, 25. I 
U2930-2. 3, 31 
U2950-4, 10. 13 
U2960-1 
U2985-1, 7 
112995-1. 2 



3: ✓ 



C2911 
R291S 
0292 1 



U2420-TL074 
U2430-TL074 
U2B20-TL074 
U2630-TL074 



f 15> 



^C2i 
TO.: 



^C262! 

To.i 



1 

? 41 I F 



J4241 I P4241 
+15V 



I U2101-AH6012I 



FT 



Tb. 35 
| 'J2i40-HC68A02 | 

IT 



P503-2 
R2244 
R2251 



U2 160-2, 31 
U2240-7 
U2405-11 
U2440-1. 4 
U2550-6 

U2560-2. 3, 11. 12 
U2570-2, 3, 10. 11, 12. 13 
Y2540-1 



<§>< 



Q2320-C 


R22ii 


R224B 


R2201 


R2212 


R233S 


R2202 


R2213 


R2340 


R2203 


R2214 


R2341 


R2204 


R2215 


R2413 


R2205 


R2246 


A2416 


R2210 


R2247 


R2417 






R2512 



1 20 



U2201-74HCT273 

U2220-74HCT245 

U2250-F1S153 

U2301-74HCT273 

U2310-74HCT273 

U2350-74HCT245 

U2405-74HCT573 

U2410-74HC245 

U2415-74HCT573 

U2425-74HCT573 

U2450-74HCT573 



U2240-TL770S 



T 



lis 


U2401 


-C04051 


U2501 


-CD4051 


U2521 


-CD4051 


U2530 


CD4051 


U2B01 


■C04051 



'->y 



J4330 
+5VD 



I U2210-74HCT273 



] [ 



U2440-74HCT74 



T 



| U2510-LH31 1 | 



| Y2540-MSO-10 [ 

7 



U254Q-74HCT04 
U2560-74HCT74 
U2570-74HCT74 



T 



^5V..I2:^\JR2B21 
1R2623 



-<E> 



CR2230 

CR2332 

R2346 

R2601 

R2613 

R2720 

R2731 

R2732 



> J4243 [7 A] 

> J4242 (6AJ 

> J5290 [6A3 



}<3£> P4330-1 
XX [3A] 



(I 

2 

a 

c 
u 
c 
c 
c 
c 

s> 

> 

DO 

o 
< 



} 4p P4330-2 
^ [4AJ 



| PAHTIAL A 5 CONTRX/READOU T^UFFffll oARo""| 



-<§>c 



hy 
°->y 



2465B/2467B SERVICE 



J 



> J4243 [7A] 

> J4242 £6A] 

> J5290 [6A] 



W4241 



POWER DISTRIBUTION B <1 



2465B 



2465B POWER DISTRIBUTION B 
(SN B049999 & BELOW) 



CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


CIRCUIT 


SCHEM 


BOARD 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


NUMBER 


LOCATION 


LOCATION 


ASSEMB 


LYA4 








C2830 


3B 


1C 


C2970 


4B 


3D 


U2855 


4H 


2D 


U2940 


4H 


4C 


C2835 


3B 


2C 


C2980 


4B 


3F 


U2860 


3F 


2D 


U2950 


4H 


4D 


C2851 


3B 


1D 


C2990 


4B 


3F 


U286S 


3G 


2E 


U2960 


3G 


3E 


C2855 


4B 


2D 








U2870 


4H 


2E 


U2965 


4H 


3E 


C2880 


4B 


2D 


R2805 


3C 


2B 


U2880 


4H 


1F 


U2970 


4H 


4E 


C2885 


4B 


2E 








U2885 


4H 


2F 


U2980 


4H 


3F 


C2901 


4B 


3B 


U280Q 


3D 


2B 


U2890 


4H 


2F 


U2985 


3G 


3E 


C2912 


4B 


3B 


U2805 


3D 


2B 


U2900 


4H 


3A 


U2990 


4H 


3F 


C2913 


5B 


4B 


U2810 


3H 


2A 


U2905 


3D 


3A 


U2995 


4H 


4E 


C2926 


4B 


3C 


U2820 


3C 


2A 


U2910 


3D 


3A 








C2940 


3B 


4C 


U2830 


3H 


1C 


U2920 


3E 


3B 


VR2805 


4C 


2B 


C2950 


4B 


4D 


U2835 


3H 


2C 


U2930 


3F 


20 








C2960 


4B 


3E 


U2850 


4H 


1D 


U2935 


3F 


3C 


W411 


5A 


1B 


Patrial A4 also shown on diagram 7. 


ASSEMBLY A5 


C2011 


7B 


1C 


C2601 


7C 


4B 


U2160 


7G 


1J 


U2521 


7G 


3D 


C2101 


7C 


1B 


C2610 


8B 


4C 


U2201 


7E 


2A 


U2530 


7G 


3E 


C2111 


7C 


1C 


C2620 


8C 


3C 


U2210 


7D 


2B 


U2540 


7J 


3G 


C2112 


8C 


1C 


C2632 


8C 


3F 


U2220 


7E 


2C 


U2560 


7H 


3H 


C2113 


8B 


1C 


C2650 


7C 


4H 


U2240 


7F 


2G 


U2601 


7G 


4A 


C2160 


7C 


1H 


C2660 


7C 


4J 


U2250 


7F 


2G 


U2620 


8C 


4D 


C2220 


7B 


2D 


C2740 


8B 


4G 


U2260 


7G 


2J 


U2630 


6C 


4E 


C2221 


6C 


2E 








U2301 


7E 


2A 


U2640 


7H 


4G 


C2320 


8B 


2D 


J251 


6B 


1D 


U2401 


7G 


2A 


U2650 


7H 


4H 


C2331 


6B 


2E 


J652 


6J 


1A 


U2410 


7H 


2B 


U2660 


7E 


4J 


C2450 


7C 


2H 








U2420 


6C 


2D 








O2501 


7C 


3B 


TP2070 


5G 


1L 


U2430 


ec 


2E 


W511 


6B 


4C 


C2510 


7C 


3C 


TP2701 


5E 


4A 


U2440 


7J 


2G 


W512 


5K 


4G 


C2520 


6C 


3D 








U2501 


7G 


3A 


W2070 


5F 


1K 


C2530 


6C 


3F 


U2101 


7D 


1A 


U2510 


7D 


3C 


W2610 


5F 


4C 


C2552 


7C 


3H 


U2140 


7D 


1F 


U2520 


6D 


3D 


W2701 


5E 


4A 


Patrial A5 also shown on diagrams 1 and 2. 


ASSEMBLY A6A1 


C3001 


7K 


4A 








U30O3 


7L 


3C 


U3006 


7L 


3F 


C3002 


7K 


3F 


U3001 


7L 


3B 


U3004 


7L 


3D 








C3019 


7K 


4D 


U3002 


7L 


2C 


U30O5 


7L 


2F 


W652 


7K 


3A 


Patrial A6A1 also shown on diagram 3. 




ASSEMB 


LY A9 




P191 


IB 


4B 


U1890 


2D 


2E 




















U1956 


2D 


4C 


W1909 


2B 


2A 








Patrial A9 also shown on diagrams 6 and 8. 
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Patrial A6A1 also shown on diagram 3. 


ASSEMBLY A9 


C4367 


2B 


2F 


CR4414 


2C 


4C 


R4402 


1B 


4A 


U4367 


2D 


2F 


C4368 


2B 


2F 




















C4402 


1B 


4A 


P191 


1B 


4B 


U4332 


2D 


2D 




















U4366 


2D 


1F 








Patrial A9als 


o shown on diagrams 6 and 8. 




















ASSEMBLY A1 5 


C168 


1L 


1B 


J160 


1K 


1B 


U168 


1L 


1A 








Patrial A1S also shown on diagram 5. 


OTHER PARTS 


P411 


3A 


CHASSIS 


P511 


5A 


CHASSIS 


P512 


5K 


CHASSIS 


P652 


6J 


CHASSIS 



B 



H 



FROM 
J191 ' 
[IP] 



FROM s\ 
J191 <S1> 

tapj ^ 



I P191 
nil +87V 



R4402 
100 
— WW 



-<s>0 

-<s>{ 



C4304. CR4331. J4370-1. J«421-13. 
04331. R4302. R43S4 



I' 



S CR4414 

i +10V REF 1 



-<$>' 



^C4368 
'p To22 



U4332-353 

U4366-1458 

U4367-1458 



1 f 

-<5>{ 



R4363. R4370, 04372. 
R43S1. R4415. R4416. 
R4450. R4461. R4462 



I PARTIAL A9 HISH ™_TA6£ BOARD 



FROM 
J411 < 
[2P] 



n 



J-C2940 

% M [ 



U2820-TL072 



] [ 



R2911 
R2914 
R291B 4L, 
R2930 I3K. 



U2910-MC6080 I 



FROM 
J411 ■ 
13P] 



[ | I GNO R 



R^ 



Mil 



. .022»F CAPS 
' C2830 



C2950 
C2960 
C2970 



14 



17 



1 [ 



U2920-HM6U6 



] [ 



U2930-2332 I 



U26B5-C04094 
U2960-C04094 
J2985-74LS194 



U2B10-74LS00 

U2B30-74L5393 

U283S-74LS32 

U2B50-74LS74 

U295S-74LS02 

U2870-74LS393 

U28S0-74LS74 

U2B85-74LS10 

U2990-74LSOO 

U290O-74LS10 

U2940-74LS393 

U3950-74LS74 

U2965-74LS0O 

U2970-74LS08 

U2980-74LS00 

U2990-74LSBS 

U2995-74LS164 



^02913 

•pTo2a 



-<7> ( rIIU &0[ 

v I, R2921 I4K] 




J-—L 



FROM 
P251 • 
I9N] 



X .022jtF CAPS 
-1^02221 ~~ 
±02520 
m C2530 



♦ 10V B£f | + 10 v REF™ ^ / 
+svn ^ 



C2010 
R2011 
R2013 



U2420-TL074 
U2430-TL074 
U2620-TL074 
U2630-TL074 



J-C2011 
T47»F 



1. .022pF CAPS 
C2101 



o? 



C2111 
C2160 
C2450 
C25Q1 
C2510 
C2552 
C2601 



ft 



■ 2 -15V 



*^C2113 
T47»F 



022»F CAPS 

"112 



I U2520-TL072I 



-<s> 



CR2370 R2444 

P503-2 R2536 

Q2270 R2544 

R2170 R2560 

R2244 R266Q 

R2250 R2661 

R22S1 R2742 

R2342 U2240-7 

R2346 U2440-4. 10, 12 

R2370 U2550-6 

R2443 U2650-12 



02320 
REilO 
R2201 
R2202 
R2203 
R2204 
R2205 



R2413 
R2415 
R2416 
R2417 
R2510 
R2512 
R2540 
R2610 
R2641 



16 



| U2101-AH6012| | U2140-W6BA0B | 



U2201 


-74LS273 


U2220 


-74LS244 


U2301 


-74LS273 



U2240-TL7705 I I U2250-PAL20G10 | 



sL 



IU2210-74LS174I 



Vc 



U2 401-4051 
U2501-4051 
U2S21-40S1 
U253O-4051 
U2601-4051 



<s> 



U2510-LH311 I I U2660-74LS154 I 



U2410-14! 
U2550-74I 
U2640-MC: 



| PARTIAL A 5 CONTROL BOARD | 



2465B/2467B 





SCHEM 


BOARD 




LOCATION 


LOCATION 



6J 



3G 


3E 


4H 


3E 


4H 


4E 


4H 


3F 


3G 


3E 


4H 


3F 


4H 


4E 


4C 


2B 


5A 


1B 





7G 


3D 




7G 


3E 




7J 


3G 




7H 


3H 




7G 


4A 




6C 


4D 




6C 


4E 




7H 


4G 




7H 


4H 




7E 


4J 




6B 


4C 




5K 


4G 




5F 


1K 




5F 


4C 




5E 


4A 





7L 


3F 




7K 


3A 




CHASSIS 



8 



B 



H 



K 



M 



FROM 
J411 < 

tap] 



FROM 
J411 • 
BP) 



j P191 
Mel +87V 



FROM 

J191 ap < 
[IP] ^ 



FROM 

J191 < 

tap) 



R4402 
100 

— m-» 



-'<e>0 

-<§>{ 



C4304. CR4331. J4370-1. J4421-13, 
04331. R4302. R4354 



,/S\ R4334 
<S> [40] 



U 4332-353 
U4366-1458 
U4367-1458 



•<»>{ 



R4363. R4370, 04372. 
R4381, R4415. R4416. 
R4450, R4461, A4462 



| PARTIAL A 9 HI6H V0LTA6E BQARLT* 





P160 




+15V 4 


FROM <Q> < 


+5V 3 






^ H S 




-15V 2 




\ 


PARTIAL Al 


MAIN BOARD 




| PRTIAL A 15 HOLDOFF BOARD ^ 




U2S10-74LS00 

U2830-74LS393 

U2S35-74LS32 

U2850-74LS74 

U2855-74LS02 

U2870-74LS393 

U2880-74LS74 

U2885-74LS10 

U2890-74LS00 

U2900-74LS10 

U2940-74LS393 

U29S0-74LS74 

U2965-74LSO0 

U2970-74LS08 

U2980-74LSOO 

U2990-74LS8G 

U2995-74LS164 



J401-2 

R2841 

R2842 

R2843 

R2844 

R2850 

R2901 

R2902 

R2915 

R2928 

R2929 

R2940 

R2975 

R2985 



U2B00-2. 4, 5 
U2B05-1. 2, 3. 4. 5 
U2B50-2. 13 
U28G0-9, 11. 19 
U2865-15 
U2880-2. 13 
U2S85-5 
U2910-1 
U2920-22. 23 
U2950-1. 10 
U2960-1 
U2965-1, 12. 13 
U299S-1, 2 



| PARTIAL A 4 READOUT BOARD 




-cm. 



FROM 
P251 < 
BNJ 



J-C2331 
TO. 22 



* 15 +10V Rg]„ v REF™ ^ f 
■ 14 +SVD ^ 



C2010 
R2011 
R2013 



U242O-TL074 
U243O-TL074 
U262O-TL074 
U2B30-TL074 



-i-02011 



_ . 022,iF CAPS 
s C2101 
7 C2111 

C2160 

C2450 

C2501 

C2510 

C2552 

C2501 



i 



_L .022*F CAPS 
1^2650 



IN .022jiF CAPS 

T C2320 

Tfc C2B10 

T C2740 



^02113 
f47,F 



LU .022|iF CAPS 
T C2112 



U2520-TL072 



Q2270 
R2170 
R2244 
R2250 
R2251 
R2342 
R2346 
R2370 
R2443 



R2544 

R2S60 

R2660 

R2661 

R2742 

U2240-7 

U2440-4, 10. 12 

U2550-6 

U2650-12 



02320 R2413 

RJ110 R2415 

££?i R2416 

R2202 R2417 

R2203 B2510 

R2204 R2512 

"2205 H2540 

R2206 R2BJ0 

R2306 H2641 

BJ340 B 2 642 



n 



H512 



TO 
J5 12-21 
[9A] 



16 



+5VD ^ 20 



U2101-AH6012I I U2140-HC6BA08 I 



U2201-74LS273 
U2220-74LS244 
U2301-74LS273 



[ U2240-TL7705 I I U2250-PAL20G10 I 



U240 1-4051 
U250 1-4051 
112521-4051 
U2530-4051 
U260 1-4051 



|U2210-74LS174| | U2510-LH311 | | U2660-74LS154 | 
8 J_ 41 II 121 

Vc Vc Vc 



R2621 
R2623 

Pom] 



U2410-14512 
U2550-74LS138 
U2640-HC14020 
U2650-74LS279 



0: , 




I PARTIAL A 5 COMTROL*^0ARO~| 



n 



WS52 



J_ .022/.F CAPS 
T*C3001 



2.9.14 



f R3001-1 
> < H3002-1 
1 R3003-1 



U3001-74F164 
U3002-74F164 
U3003-74F164 
U3004-74F164 
U3005-74F164 
U300B-74F164 



Static Sensitive Devices 

See Maintenance Section 



|^ARTIAL**^g*TMiNT7ANELTsSEMBLY 



2465B/2467B 



POWER DISTRIBUTION B <12> 2467B 



z 

09 
O 
4k 
<S 

<o 

<£> 
«> I 

*>: 

DDI 

m 
r- 
O 



< 



H 



K 



M 



N 



TO 
J512-21 
[9A] 



6 



8 




FROM 
J191 < 
[IP] 



FROM 

J191 4v 

I2P) ™ 



|pi9. 
■i6 +B7V 



!. 



R4402 
100 
— W^-f 



+10V REF 



-±- i-i 



QIC , 



~ 6 f, 

-lsva 1*.! 



-<8>{E 



10 



-<«>{ 



H4363. R4370. R4372. 
R43B1. R4415, R4416. 
R4450. R«4S1. R44S2 



| PARTIAL A9 HIeH ""-TtGE BOARD* 



P160 J160 



♦> 5 V 



JL 



PARTIAL /\ 1 "* IN Bt "™ 



-I- C168 



3: 



^Trt^al^^^^^^oTmff"boar^^ 



R169 
R176 
R177 
0158 
0159 



CO 

o 

tn 
e 
o 
o 
o 

> 

DO 
O 
< 

m 



2465B/2467B SERVICE 



POWER DISTRIBUTION 



2467B 



B 



H 



K T L M 



TO 

PROBE POWER 
OPTION 



POWER 
TO 
OPTIONS 

1 /T\/^\/^* / ^^t\/'t\ | 




F90 P204^'j204 \ 



r 



pgos^ 'jaos 

P206 ^J206 



A 5 CONTROL/READOUT/BUFFER BOARO 
J251 ~ " *™ 



,^ ao pins 



<§> 



230V O bl!5V pw, i ' J207 J 



8 



J231A 

<S><^ 
J232A | 

J233A j 

J234A | 

0«| 



A2A 1 REGULATOR BOARO | 



^ |J231B 
J |j232B 



P233 |j233B 



'234 |j234B 



<§> <e> 



J301 I 
3 PINS» 

J302 I 
3 PINS> 



J4330 I 
<J>^16 PINS> 



A3 INVERTER BOARD 



P121OP ryi P122 



( I A 1 1 EH' ATTENUATOR ASSEHBLV | | 
1 C«- 



L 



:}<3r <§><£> 




<£>20 PINS^^Q. 
JS52 |p652* 

<jX§>@>20 piNs>g-n. 




HS52 
J4241 iPi?" 



A 8 SCALE ILLUMINATION BOARD 



3 / [][7 <3PINS<3> 



<§><8> 

TEST CONNECTORS 



<§><§><$> <3xsx§X> 



[ 



J2 r 

I CH2 | (^<4> 



e.f,oT 3 / ng <3Pi^<a> 



I FaT2 



CH2 ATTENUATOR ASSEMBLY 



L_J 



}<3> 



4I 



• W112 ^S> 



«<3> 
«<g> 



+15V - 
+5V - 



-5V - 
N.C. - 



«<S> 



<<S> 



l _Jl 



« <?> 



<5><S><0> 



J191 

. AAA AAA A A A A A A A A A A . 



P141 j J141 
-« 15V 



-«" 



A 1 4 DYNAMIC CENTERING BOARD 



A1"a7n*^oaro**] 



<§> <B> <§> 

W916 H917 NS18 



<g> 

W919 



J904 
<B>+42V — 



P904 H904 

a n 



P904 J J904 
— \R< +42V<8> 



LR1513 
-^-Ww— 1— 



I A 1 3 VERTICAL TERMINATION ASSEMBLY 



1 T 



x 2 PINS »- 



A9**'" 6 *'^ l t *°^ * b °1 



-1 



<3> 



piBiDd 



<3>{ 



<S>3> 

J100 I 
GND 1 > 
CH2 AP0+ 2 > 



<5> 



GND 4 > 
GND 5 > 



GND 9> 
10 » 

J102 j 
BHO 1 > 
6ND 2 > 



A AUXTRIG 3 

gnd 4 

AHO 5 > 

N.C. 6 > 



P102D 



B AUXTRIG 

GND 9 > 
DS 10 > 

J103| 

J104I 

r SGA 1 > 
1 GND 2 > 
3> 
,GND 4 > 

J109 I 
f GND 1 > 



<s> 



SSA 2 > 
J105 |P105 
CH2 OUT >> 

^ 1 pioe 

^S>H106 • «- 



1 



<§>H107 
<^>W108 



P107 



P108 J8 " 

-« 1 




2465B/2467B SERVICE 



6863-18 
REV. MAR 15, 1969 



INTERCONNECTIONS <13> 24B5B 



A,B,C,D,E,F t G,H,J,K,L f M 



TO 

PROBE POWER 
OPTION 



8 




2465B/2467B SERVICE 



B863-19 
REV. MAR 15. 1909 



INTERCONNECTIONS <13> 2467B 



2465B/2467B Service 



OTHER PARTS (2465B) 
(SN B050000 & ABOVE) 



CIRCUIT 


SCHEM 


SCHEM 


CIRCUIT 


SCHEM 


SCHEM 


f*MM*l ItT 

CIRCUIT 


SCHEM 


SCHEM 


CIRCUIT 


SCHEM 


SCHEM 


Kif lunro 


UilMRPD 
HUMDCit 






Ml IURPD 


LUbA 1 IUN 


NUMBER 


NUMBER 


LOCATION 


NUMBER 


NUMBER 


LOCATION 
luwi nun 


B10 


9 


1P 


P108 


5 


6S 


P901 


8 


6L 


R3017 


3 


3M 








P109 


5 


4K 


P902 


8 


2H 


R3018 


3 


6M 


C10 


9 


1N 


P120 


4 


4M 


P903 


8 


4H 


R3019 


3 


4M 








P120 


5 


38 


P4241 


12 


4N 








E200 


4 


7P 


P120 


8 


28 


P4241 


12 


7N 


S90 


9 


6A 








P121 


11 


1A 


P4241 


1 


1N 


S1020 


9 


5E 


F90 


9 


5A 


P121 


11 


8A 


P4241 


1 


2A 














P122 


11 


2A 


P4241 


1 


6N 


V900 


8 


1K 


J1 


4 


1A 


P122 


5 


8A 


P4241 


2 


4R 








J2 


4 


7A 


P141 


6 


5F 








W10 


4 


2G 


J3 


4 


9A 


P141 


6 


7C 


R134 


4 


4L 


W11 


4 


7G 


J4 


4 


10A 


P181 


4 


4N 


R351 


5 


4A 


W651 


3 


9N 


JS 


4 


7P 


P204 


9 


5B 


R362 


5 


3A 


W900 


8 


3H 


JS 


6 


9A 


P205 


9 


6B 


R975 


8 


2A 


W900 


8 


6L 


J7 


5 


6S 


P206 


9 


6B 


R976 


8 


5A 


W900 


8 


7H 


J8 


5 


6S 


P207 


9 


6B 


R977 


8 . 


5A 


W901 


8 


5H 


J12 


5 


1A 


P231 


9 


5E 


R3007 


3 


5M 


W902 


8 


2H 








P232 


9 


9P 


R3008 


3 


2M 


W903 


8 


4H 


LR1513 


8 


5L 


P233 


9 


4P 


R3009 


3 


4M 


W916 


6 


2N 


LR1514 


8 


5L 


P234 


9 


7P 


R3010 


3 


7M 


W917 


6 


3N 








P251 


10 


7N 


R3011 


3 


6M 


W2421 


2 


4R j 


P10 


4 


2G 


PS51 


3 


1N 


R3012 


3 


5M 


W4241 


12 


4N 


P11 


4 


7G 


P652 


3 


10N 


R3013 


3 


8M 


W4241 


12 


8N 


P105 


4 


7P 


P652 


3 


1A 


R3014 


3 


2M 


W4241 


1 


2A 


P106 


6 


9A 


P901 


8 


3H 


R3015 


3 


1M 


W4241 


1 


2N 


P107 


6 


6S 


P901 


8 


5H 


R3016 


3 


7M 


W4241 


1 


8N 



OTHER PARTS (2467B) 
(SN B050000 & ABOVE) 



CIRCUIT 


SCHEM 


SCHEM 


CIRCUIT 


SCHEM 


SCHEM 


CIRCUIT 


SCHEM 


SCHEM 


CIRCUIT 


SCHEM 


SCHEM 


NUMBER 


NUMBER 


LOCATION 


NUMBER 


NUMBER 


LOCATION 


NUMBER 


NUMBER 


LOCATION 


NUMBER 


NUMBER 


LOCATION 


810 


9 


1P 


P11 


4 


7G 


P661 


3 


1N 


R3015 


3 


1M- 








P105 


4 


7P 


P662 


3 


10N 


R3016 


3 


7M 


C10 


9 


1N 


P106 


6 


9A 


P652 


3 


1A 


R3017 


3 


3M 








P107 


5 


6S 


P4241 


12 


4N 


R3018 


3 


6M 


E200 


4 


7P 


P108 


5 


6S 


P4241 


12 


7N 


R3019 


3 


4M 








P109 


6 


4K 


P4241 


1 


1N 








F90 


9 


5A 


P120 


4 


4M 


P4241 


1 


2A 


S90 


9 


6A 








P120 


5 


2B 


P4241 


1 


6N 


S1020 


9 


5E 


J1 


4 


1A 


P120 


8 


1F 


P4241 


2 


4R 








J1 


4 


1A 


P120 


8 


3C 








V901 


8 


1K 


J2 


4 


7A 


P120 


8 


9G 


R134 


4 


4L 








J2 


4 


7A 


P121 


11 


1A 


R351 


5 


4A 


W10 


4 


2G 


J3 


4 


9A 


P121 


11 


8A 


R352 


5 


3A 


W11 


4 


7G 


J4 


4 


10A 


P122 


11 


2A 


R975 


8 


1E 


W651 


3 


9N 


J5 


4 


7P 


P122 


5 


8A 


R976 


8 


9G 


W916 


6 


2N 


J6 


6 


9A 


P181 


4 


4N 


R977 


8 


3C 


W917 


6 


3N 


J7 


5 


6S 


P204 


9 


5B 


R1501 


8 


3L 


W2421 


2 


4R 


J8 


5 


6S 


P205 


9 


6B 


R3007 


3 


5M 


W4241 


12 


4N 


J12 


5 


1A 


P206 


9 


6B 


R3008 


3 


2M 


W4241 


12 


8N 


J904 


8 


3M 


P207 


9 


6B 


R3009 


3 


4M 


W4241 


1 


2A 








P231 


9 


5E 


R3010 


3 


7M 


W4241 


1 


2N 


LR1513 


8 


3L 


P232 


9 


9P 


R3011 


3 


6M 


W4241 


1 


8N 


LR1514 


8 


3L 


P233 


9 


4P 


R3012 


3 


5M 














P234 


9 


7P 


R3013 


3 


8M 








P10 


4 


2G 


P251 


10 


7N 


R3014 


3 


2M 









OTHER PARTS (2465B) 
(SN B049999 & BELOW) 



CIRCUIT 
NUMBER 


SCHEM 
NUMBER 


SCHEM 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
NUMBER 


SCHEM 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
NUMBER 


SCHEM 
LOCATION 


CIRCUIT 
NUMBER 


SCHEM 
NUMBER 


SCHEM 
LOCATION 


B10 


9 


1P 


P108 


5 


es 


P512 


12 


5K 


R3011 


3 


6M 








P109 


S 


4K 


P512 


1 


1P 


R3012 


3 


5M 


C10 


9 


1N 


P120 


4 


4M 


P512 


1 


9P 


R3013 


3 


8M 








P120 


5 


3B 


P512 


2 


1A 


R3014 


3 


2M 


E200 


4 


7P 


P120 


8 


2B 


P512 


2 


1N 


R3015 


3 


1M 








P121 


11 


1A 


P512 


2 


3N 


R3016 


3 


7M 


F90 


9 


5A 


P121 


11 


8A 


P512 


2 


8A 


R3017 


3 


3M 








P122 


11 


2A 


P512 


2 


8N 


R3018 


3 


8M 


J1 


4 


1A 


P122 


5 


8A 


P651 


3 


1N 


R3019 


3 


4M 


J1 


4 


1A 


P141 


6 


5F 


P652 


12 


6J 








J2 


4 


7A 


P141 


6 


7C 


P652 


3 


10N 


S90 


9 


6A 


J2 


4 


7A 


P181 


4 


4N 


P652 


3 


1A 


S1020 


S 


5E 


J3 


4 


9A 


P204 


9 


5B 


P901 


8 


3H 








J4 


4 


10A 


P205 


9 


6B 


P901 


8 


5H 


V900 


8 


1K 


J5 


4 


7P 


P206 


9 


6B 


P901 


8 


6L 








J6 


e 


9A 


P207 


9 


6B 


P902 


8 


2H 


W10 


4 


2G 


J7 


5 


6S 


P231 


9 


5E 


P903 


a 


4H 


W11 


4 


7G 


J8 


5 


es 


P232 


9 


9P 








W651 


3 


9N 


J12 


5 


1A 


P233 


9 


4P 


R134 


4 


4L 


W900 


8 


3H 








P234 


9 


7P 


R351 


5 


4A 


W900 


8 


6L 


LR1513 


8 


5L 


P2S1 


10 


7N 


R3S2 


S 


3A 


W900 


8 


7H 


LR1514 


8 


5L 


P411 


12 


3A 


R975 


8 


2A 


W901 


8 


5H 








P411 


7 


1A 


R976 


8 


5A 


W902 


8 


2H 


P10 


4 


2G 


P411 


7 


1P 


R977 


8 


SA 


W903 


8 


4H 


P11 


4 


7G 


P511 


12 


SA 


R3O07 


3 


5M 


W916 


e 


2N 


P105 


4 


7P 


P511 


2 


2N 


R3008 


3 


2M 


W917 


e 


3N 


P108 


6 


9A 


P511 


2 


4A 


R3009 


3 


4M 








P107 


5 


es 


P511 


2 


5N 


R3010 


3 


7M 









OTHER PARTS (2467B) 
(SN B049999 & BELOW) 



CIRCUIT 


SCHEM 


SCHEM 


CIRCUIT 


SCHEM 


SCHEM 


CIRCUIT 


SCHEM 


SCHEM 


CIRCUIT 


SCHEM 


SCHEM 


NUMBER 


NUMBER 


LOCATION 


NUMBER 


NUMBER 


LOCATION 


NUMBER 
== 


NUMBER 


LOCATION 


NUMBER 


NUMBER 


LOCATION 


B10 


9 


1P 


P105 


4 


7P 


P411 


7 


1P 


R3008 


3 


2M 








P106 


6 


9A 


P511 


12 


5A 


R3009 


3 


4M 


C10 


9 


1N 


P107 


5 


6S 


P511 


2 


2N 


R3010 


3 


7M 








P108 


5 


6S 


P511 


2 


4A 


R3011 


3 


6M 


E200 


4 


7P 


P109 


5 


4K 


P511 


2 


5N 


R3012 


3 


5M 








P120 


4 


4M 


P512 


12 


5K 


R3013 


3 


8M 


F90 


9 


5A 


P120 


5 


2B 


P512 


1 


1P 


R3014 


3 


2M 








P120 


8 


1F 


P512 


1 


9P 


R3015 


3 


1M 


J1 


4 


1A 


P120 


8 


3C 


P512 


2 


1A 


R3016 


3 


7M 


J1 


4 


1A 


P120 


8 


9G 


P512 


2 


1N 


R3017 


3 


3M 


J2 


4 


7A 


P121 


11 


1A 


P512 


2 


3N 


R3018 


3 


6M 


J2 


4 


7A 


P121 


11 


8A 


P512 


2 


8A 


R3019 


• 3 


4M 


J3 


4 


9A 


P122 


11 


2A 


P512 


2 


8N 








J4 


4 


10A 


P122 


5 


8A 


P651 


3 


1N 


S90 


9 


6A 


J5 


4 


7P 


P181 


4 


4N 


P652 


12 


6J 


S1020 


9 


5E 


J6 


6 


9A 


P204 


9 


5B 


P652 


3 


10N 








J7 


5 


6S 


P205 


9 


6B 


P652 


3 


1A 


V901 


8 


1K 


J8 


5 


6S 


P206 


9 


6B 














J12 


5 


1A 


P207 


9 


6B 


R134 


4 


4L 


W10 


4 


2G 


J904 


8 


3M 


P231 


9 


5E 


R351 


5 


4A 


W11 


4 


7G 








P232 


9 


9P 


R352 


5 


3A 


W651 


3 


9N 


LR1513 


8 


3L 


P233 


9 


4P 


R975 


8 


1E 


W916 


6 


2N 


LR1514 


8 


3L 


P234 


9 


7P 


R976 


8 


9G 


W917 


6 


3N 








P251 


10 


7N 


R977 


8 


3C 








P10 


4 


2G 


P411 


12 


3A 


R1501 


8 


3L 








P11 


4 


7G 


P411 


7 


1A 


R3007 


3 


5M 










A13— CRT TERMINATION, A14 — DYNAMIC CENTERING, 
and A2— REGULATOR, ADJUSTMENT LOCATIONS 1 



HIGH-DRIVE FOCUS EDGE FOCUS GRID BIAS 

(R1842) ( R1864) (R1878) 

Y-AXIS ALIGNMENT / GEOMETRY 
(R1848) / (R1870) 




3831 



A9— 2465B HIGH VOLTAGE, ADJUSTMENT LOCATIONS 2 



Z-AXIS HIGH-DRIVE 

TRANSIENT FOCUS EDGE FOCUS 

RESPONSE (R4340) (R4342) 

(R4335) 



2465B/2467B Service 



GRID BIAS 
(R4354) 



Y-AXIS 
ALIGNMENT 
(R4370) 




r-U U. 



XL, - . 

o 



X 



\ 



\ o I 



FOCUS 
RANGE 
(R4430) 



A9— 2467B HIGH VOLTAGE, ADJUSTMENT LOCATIONS 2 



6019-26 



DAC REF 
(R2010) 




6863-54 



A5— CONTROL. ADJUSTMENT LOCATIONS 3 




A13— CRT TERMINATION, A 14 — DYNAMIC CENTERING, 
and A2 — REGULATOR, ADJUSTMENT LOCATIONS 1 



HIGH-DRIVE FOCUS EDGE FOCUS GRID BIAS 

(R1842) ( R1864) (R1878) 

Y-AXIS ALIGNMENT / GEOMETRY 
(R1848) / (R1870) 




r 




! . r 



*™l 



ill 1 




T I . 






1 ■ jh i* 








••HI H 



T T' 
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A9— 2465B HIGH VOLTAGE, ADJUSTMENT LOCATIONS 2 



Z-AXIS 
TRANSIENT 
RESPONSE 
(R433S) 



HIGH-DRIVE 
FOCUS 
(R4340) 
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EDGE FOCUS GRID BIAS 

(R4342) (R4354) 

GEOMETRY / MCP BIAS 
(R4350) / (R4365) 




Y-AXIS 
ALIGNMENT 
(R4370) 
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n— — lia 
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v o! 



•o 
i-o 



FOCUS 
RANGE 
(R4430) 



A9— 2467B HIGH VOLTAGE, ADJUSTMENT LOCATIONS 2 



6019-25 




A5— CONTROL, ADJUSTMENT LOCATIONS 3 



CENTERING 
(R2918) GAIN 




A13— CRT TERMINATION, A14— DYNAMIC CENTERING, 
and A2— REGULATOR, ADJUSTMENT LOCATIONS 1 



HIGH-DRIVE FOCUS EDGE FOCUS GRID BIAS 

(R1842) ( R1864) (R1878) 




A9— 2465B HIGH VOLTAGE, ADJUSTMENT LOCATIONS 2 



3831 -69A 



, _ ; 
6 6 ML,j 
oo 6o 



"TV 

o o 



Z-AXIS HIGH-DRIVE 
TRANSIENT FOCUS EDGE FOCUS 
(R4340) (R4342) 
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GRID BIAS 
(R43S4) 



Y-AXIS 
ALIGNMENT 
(R4370) 
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A9— 2467B HIGH VOLTAGE, ADJUSTMENT LOCATIONS 2 



6019-25 



DAC REF 
(R2010) 
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A5— CONTROL, ADJUSTMENT LOCATIONS 3 



6019-26 



2465B/2467B Service 




(R805) A1— MAIN, ADJUSTMENT LOCATIONS 4 



2465B/2467B Service 




PRELIMINARY TROUBLESHOOTING 



TURN 
POWER 
ON 





REFER TO PROCEDURE 
FOR THE LED-CODED FAULT. 
SEE TABLE 6-5 THROUGH 6-8 



REFER TO THE 
DISPLAY DIAGNOSTIC 
PROCEDURE 



REPAIR LED CIRCUITRY 
OR FRONT-PANEL 
INTERCONNECT 



REPAIR FAULTY 

SUPPLY OR 
DISTRIBUTION 



REFER TO ERROR MESSAGE 
DIAGNOSTIC PROCEDURE 




CO 

z 

CD 

e 
en 
o 
o 
o 
o 

> 

CD 

o 
< 
m 



REFER TO NOP 
KERNEL DIAGNOSTIC 
PROCEDURE 



REPLACE 
U2140 




REFER TO NOP 
KERNEL DIAGNOSTIC 
PROCEDURE 



REPAIR INTERRUPT 
TIMER CIRCUITRY 







REFER TO POWER SUPPLY 
DIAGNOSTIC PROCEDURE 




REPAIR OSCILLATOR/ 
DIVIDER CIRCUITRY 






YES 


REPAIR RESET 
CIRCUITRY 







TROUBLESHOOT E SIGNAL 

LINE. CHECK FOR EC6 
SHORT OR SHORT INTERNAL 
TO U2140, U2440, U2250, 
U2540, U2450.0R U2405 



REFER TO OPTION 
SYSTEM DIAGNOSTICS 
IN THE OPTIONS 
SERVICE MANUAL 




f ieturnN 



6863-43 



PRELIMINARY TROUBLESHOOTING 




2465B/2467B Service 




DG 
IT 

r 

G 



REFER TO NOP 
KERNEL DIAGNOSTIC 
PROCEDURE 



REPLACE 
U2140 




REFER TO NOP 
KERNEL DIAGNOSTIC 
PROCEDURE 




REPAIR INTERRUPT 
TIMER CIRCUITRY 






REFER TO POWER SUPPLY 
DIAGNOSTIC PROCEDURE 



REPAIR OSCILLATOR/ 
DIVIDER CIRCUITRY 





1 


YES 


REPAIR RESET 
CIRCUITRY 







TROUBLESHOOT £ SIGNAL 

LINE. CHECK FOR ECB 
SHORT OR SHORT INTERNAL 
TO U2140, U2440, U2540. 
U2250, OR U2450 




REFER TO OPTION 
SYSTEM DIAGNOSTICS 
IN THE OPTIONS 
SERVICE MANUAL 
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ERROR MESSAGE DIAGNOSTICS 




REPLACE 
U2140 





CHECK 


> NO ^ 


CONTINUITY 


BETWEEN 




U2640-10 




AND 




U2540-8 



REPLACE 
U2640 



OPEN 
CIRCUIT 



REPLACE 
U2301 



REFER TO 
THE FRONT-PANEL 
TROUBLESHOOTING 
PROCEDURE 




REPLACE 
U2920 





NO 



< 



FAILURE CODE XI. X2. OR tX 

CALIBRATE ENTIRE INSTRUMENT 
AND ALL OPTIONS (IF PRESENT) 
TURN POWER OFF WAIT*5MIN 
AND TURN POWER BACK ON 



PRESS UPPER 
SOURCE SWITCH 
TO TURN ON 
LOOPING 



PRESS COUPLING 
SWITCH UP TO 
BEGIN TEST 





REPLACE 
U2960 



CHECK 
CONTINUITY 
FROM BDO ON 
CONTROL BOARD 





REPLACE 
U2650 




OP 
CIR 


EN 

:uit 



CHECK OR 
REPLACE 
RAM 
U2460 
AND 
RECALIBRATE 



REPAIR 
INDICATED 
FAULT 




REFER TO OPTIONS 
TROUBLESHOOTING 
PROCEDURES IN 
THE OPTIONS 
SERVICE MANUAL 




ERROR MESSAGE DIAGNOSTICS 



NOTE 

REFER TO PAGES 6-10 TROUGH 6-15, OF 
MAINTENANCE SECTION, FOR DETAILED 
INFORMATION ON DIAGNOSTIC ROUTINES. 
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REPLACE 
U2140 





CHECK 


> NO ^ 


CONTINUITY 


BETWEEN 




U2640-10 




AND 




U2540-8 



REPLACE 
U2640 



OPEN 
CIRCUIT 



REPLACE 
U2301 



REFER TO 
THE FRONT-PANEL 
TROUBLESHOOTING 
PROCEDURE 






NO 




FAILURE CODE XI, X2, OR IX 

CALIBRATE ENTIRE INSTRUMENT 
AND ALL OPTIONS (IF PRESENT) 
TURN POWER OFF WAIT«5MIN 
AND TURN POWER BACK ON 




REPLACE 
U2920 



PRESS UPPER 
SOURCE SWITCH 
TO TURN ON 
L00PIN6 



PRESS COUPLING 
SWITCH UP TO 
BEGIN TEST 





RELACE 




RAM U2460 




AND 




RECALIBRATE 





REPLACE 
U2960 



REPLACE 
U2650 



CHECK 
CONTINUITY 
FROM BDO ON 
CONTROL BOARD 



OPEN 
CIRCUIT 



CHECK OR 
REPLACE 
RAM 
U2460 
AND 
RECALIBRATE 



REFER TO 
TRIGGER ERROR 
MESSAGE TABLE 
AT LEFT TO 
DETERMINE 
PROBABLE CAUSE 



CHECK 
LINE TRIGGER 
SOURCE AND 
INTERCONNECTIONS 



z 

CO 
o 

CI i 

o 
o 
o 

O i 

B> I 

> 

03 

o 
< 
m 



REPAIR 
INDICATED 
FAULT 




6863-45 



REFER TO OPTIONS 
TROUBLESHOOTING 
PROCEDURES IN 
THE OPTIONS 
SERVICE MANUAL 




ERROR MESSAGE DIAGNOSTICS 




REPLACE 
U2140 



CHECK 
CONTINUITY 
BETWEEN 
U2640-10 

AND 
U2540-B 



REPLACE 
U2640 



OPEN 
CIRCUIT 



REPLACE 
U2301 



REFER TO 
THE FRONT-PANEL 
TR0UBLESH00TIN6 
PROCEDURE 




REPLACE 
U2920 





, NO M 



FAILURE CODE XI, X2, OR IX 

CALIBRATE ENTIRE INSTRUMENT 
AND ALL OPTIONS (IF PRESENT) 
TURN POWER OFF WAIT *SMIN 
AND TURN POWER BACK ON 



PRESS UPPER 
SOURCE SWITCH 
TO TURN ON 
L00PIN6 



PRESS COUPLING 
SWITCH UP TO 
BEGIN TEST 





REPLACE 
U2650 



REPLACE 
U2960 



CHECK 
CONTINUITY 
FROM BDOON 
CONTROL BOARD 



OPEN 
CIRCUIT 



CHECK OR 
REPLACE 
RAM 
U2460 



PR 



REPAIR 
INDICATED 
FAULT 




ERROR MESSAGE DIAGNOSTICS 



NOTE 

REFER TO PA6ES 6-10 TROUGH 6-15, OF 
MAINTENANCE SECTION, FOR DETAILED 
INFORMATION ON DIAGNOSTIC ROUTINES. 
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DOES 
"TEST 01 
FAIL 01" APPEAR 
ON CRT7 



YES 



IS IRQ AT 
U2 140-4 LO FOR 
• lOfiS EVERY 
3.3ms? 



I NO 
IS 

E SIGNAL 
AT U2640-10 A 
1.25MHz SQUARE 
WAVE? 



YES 



NO 




REPLACE 
U2140 





CHECK 




CONTINUITY 


BETWEEN 




U2640-10 




AND 




U2540-8 



NO 



REPLACE 
U2640 



YES 



OPEN 
CIRCUIT 



YES 



REPLACE 
U2301 



REFER TO 
THE FRONT-PANEL 
TR0U8LESH00TIN6 
PROCEDURE 






NO 




FAILURE CODE XI, X2, OR IX 

CALIBRATE ENTIRE INSTRUMENT 
AND ALL OPTIONS (IF PRESENT) 
TURN POWER OFF WAIT»5MIN 
AND TURN POWER BACK ON 



DOES 
"TEST 06 
.FAIL nn" APPEAR 
JN CRT7 



YES 



REPLACE 
U2920 



PRESS UPPER 
SOURCE SWITCH 
TO TURN ON 
LOOPING 



PRESS C0UPLIN6 
SWITCH UP TO 
BEGIN TEST 





RELACE 
RAM U2460 

AND 
RECALIBRATE 



REPLACE 
U2960 



REPLACE 
U2650 



CHECK 
CONTINUITY 
FROM BDOON 
CONTROL BOARD 



OPEN 
CIRCUIT 



CHECK OR 
REPLACE 
RAM 
U2460 



REFER TO 
TRIGGER ERROR 
MESSA6E TABLE 
AT LEFT TO 
DETERMINE 
PROBABLE CAUSE 



CHECK 
LINE TRIGGER 
SOURCE AND 
INTERCONNECTIONS 



REPAIR 
INDICATED 
FAULT 




6863-44 




FRONT-PANEL TROUBLESHOOTING 



FRONT -PANEL 
TROUBLESHOOTING 



PRESS AND HOLD 
AV AND AT , THEN 
PRESS SLOPE TO 
ENTER MONITOR 



SCROLL TO EXERCISER 

01 USING THE 
TRIGGER MODE SWITCH 



PRESS UP AND 
RELEASE THE TRIGGER 
COUPLING SWITCH TO 

ENTER ROUTINE 




YES 



REPAIR FAULTY 
MODE SWITCH 



PROBABLE CAUSE : 
SHORTED DIOOE ON 
SUSPECT COLUMN 



PROBABLE CAUSE; 
1 ) OPEN DIODE 
2) BAD SWITCH 




PRESS THE A/B 
TRIG SELECT 

BUTTON TO EXIT 
THE MONITOR 



MANUALLY 




EXERCISE THE 




FRONT-PANEL 




SWITCHES AND 




OBSERVE THE 




ASSOCIATED LEDS 






YES 



MANUALLY EXERCISE 
EACH POT, OBSERVING 
THE CONTROL'S 
FUNCTION 



YES 




PROBABLE 
CAUSE : 

BAD 
SWITCH 




PROBABLE CAUSE: 
AN INTERMITTENT 
POT OR SWITCH 
IS INTERRUPTING 
FRONT-PANEL SCAN 



YES 



PROBABLE CAUSE: 
DEFECTIVE POT 



REPAIR 
INDICATED 
FAULT 



MOVE A FRONT- 
PANEL SWITCH IN 
ORDER TO UPDATE 

THE LED DATA 



MAIN 
INSTRUMENT 

IS NOT 
PROPERLY 
READING THE 
POT'S VALUE 




YES 



CONTROL BOARD 
FAULT 




YES 



EXTRA LEDS ARE LIT. 
PROBABLE CAUSE: 
DEFECTIVE SHIFT 
REGISTER 




PROBABLE CAUSE: 
DEFECTIVE SHIFT 
REGISTER 



PROBABLE 

CAUSE: 
DEFECTIVE 
LED(S) 




YES 



PROB, 
AN II 
POT 
IS II 
FRONT 



PROBABLE CAUSE: 
DEFECTIVE POT 



FRONT-PANEL TROUBLESHOOTING 



NO 





MANUALLY 
EXERCISE THE 
FRONT-PANEL 




PRESS THE A/B 
TRIG SELECT 

BUTTON TO EXIT 
THE MONITOR 






SWITCHES AND 
OBSERVE THE 
ASSOCIATED LEDS 







DO THE 
LEDS OPERATE 
PROPERLY? 



NO 



YES 



DOES POT 
HAVE SUFFICIENT 
RANGE? 




PROBABLE CAUSE: 
DEFECTIVE POT 



YES 



CONTROL BOARD 
FAULT 



EXTRA LEDS ARE LIT. 
PROBABLE CAUSE: 
DEFECTIVE SHIFT 
REGISTER 




PROBABLE CAUSE: 
DEFECTIVE SHIFT 
REGISTER 



PROBABLE 
CAUSE: 

DEFECTIVE 
LED(S) 
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MANUALLY EXERCISE 
EACH POT , OBSERVING 
THE CONTROL'S 
FUNCTION 




MANUALLY EXERCISE 
EACH SWITCH, 
OBSERVING THE 
CONTROL'S FUNCTION 



YES 



MAIN INSTRUMENT 
IS NOT PROPERLY 
READING THE 
POT'S VALUE 



PROBABLE CAUSE: 
AN INTERMITTENT 
POT OR SWITCH 
IS INTERRUPTING 
FRONT-PANEL SCAN 



PROBABLE CAUSE: 
DEFECTIVE POT 




YES 




REPAIR CONTROL 
CIRCUITS IN THE 
MAIN INSTRUMENT 



REPAIR CONTROL 
BOARD AND/OR 
READOUT BOARD 



6019-29A 




REPAIR CONTROL 
BOARD AND/OR 
INTERCONNECTIONS 




DISPLAY DIAGNOSTIC PROCEDURE 



INSTRUMENT CONTROL SETUP: 

CH 1 - 1 ALL CHANNELS 
CH2- I SELECTED -NO 
CH3- f SIGNAL AT INPUT 
CH 4 - ) CONNECTORS 

CHOP/ALT - CHOP 
EXT Z-AXIS - NO INPUT SIGNAL 
A AND B SEC/DIV - I mi, LOCKED 
POSITION CONTROLS - ALL AT 
MIDRANGE 

HOLDOFF - FULLY CCW 
A TRI66ER MODE - AUTO 
INTENSITY - FULLY CW 
RO INTENSITY - FULLY CW 
BANDWIDTH LIMIT - OFF 



PRESS At, 
THEN PRESS AV 



ROTATE AREF 
6 TURNS CCW, 
THEN 2 TURNS CW 



ROTATE A6 
TURNS CW, THEN 
2 TURNS CCW 




REFER TO THE 
SWEEP DIAGNOSTIC 
PROCEDURE 





TURN 




6RID BIAS POT. 




R1878 (2465B) 




OR R43S4 (2467B) 




FULL CW AND 




6RID DRIVE R949 




FULL CW 





REFER TO THE 
HORIZONTAL 
TROUBLESHOOTING 
HINTS AT LEFT 




VERIFY HORIZONTAL 
DEFLECTION LEADS 
ARE SECURE 



ADJUST GRID BIAS 
(MCP BIAS 2467B ONLY) 
AND GRID DRIVE ACC0RDIN6 
TO CALIBRATION PROCEDURE 




REPAIR OR REPLACE 
CRT CONNECTIONS, U600 
OR BEAM FIND CIRCUT 



REPAIR OR REPLACE 
U800 OR BEAM FIND 
CIRCUIT 



RETURN CONTROLS 
TO INITIAL 
SETTINGS AND 
PRESS BEAM FIND 





REPAIR THE 
HVPS 6RID DRIVE 
CIRCUIT 



REFER TO THE 
Z-AXIS DIAGNOSTIC 
PROCEDURE 






DISPLAY DIAGNOSTIC PROCEDURE 
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DISPLAY DIAGNOSTIC 
PROCEDURE 




REPAIR CONTROL 
BOARD AND/OR 
INTERCONNECTIONS 




INSTRUMENT CONTROL SETUP: 

CH 1 - N ALL CHANNELS 
CH2- I SELECTED -NO 
CH3- [SIGNAL AT INPUT 
CH 4 - > CONNECTORS 

CHOP/ALT - CHOP 
EXT 2-AXIS - NO INPUT SISNAL 
A AND B SEC/D1V - Imt, LOCKED 
POSITION CONTROLS - ALL AT 

MIDRAN6E 
HOLDOFF - FULLY CCW 
A TRIGGER MODE - AUTO 
INTENSITY - FULLY CW 
RO INTENSITY - FULLY CW 
BANDWIDTH LIMIT - OFF 



PRESS At, 
THEN PRESS &V 



ROTATE AREF 
6 TURNS CCW, 
THEN 2 TURNS CW 



ROTATE A6 
TURNS CW, THEN 
2 TURNS CCW 






NO 


REFER TO THE 
SWEEP DIAGNOSTIC 
PROCEDURE 







LOCATE ANY REMAININ6 
PROBLEMS USING THE 
SCHEMATIC DIA6RAM AND 
THEORY OF OPERATION 
SECTIONS 



REFER TO THE VERTICAL 
TROUBLESHOOTING 
HINTS AT LEFT 





REFER TO THE 
READOUT DIAGNOSTIC 
PROCEDURE 






TURN 




6RID BIAS POT. 




R1878 (2465B) 




OR R4354 (2467B) 




FULL CW AND 




6RID DRIVE R949 




FULL CW 





REFER TO THE 
HORIZONTAL 
TROUBLESHOOTING 
HINTS AT LEFT 



REFER TO THE 
VERTICAL 
TROUBLESHOOTING 
HINTS AT LEFT 





VERIFY HORIZONTAL 
DEFLECTION LEADS 
ARE SECURE 



ADJUST GRID BIAS 
(MCP BIAS 2467B ONLY) 
AND 6RID DRIVE ACCORDING 
TO CALIBRATION PROCEDURE 



REPAIR OR REPLACE 
CRT CONNECTIONS, U600 
OR BEAM FIND CIRCUT 



REPAIR OR REPLACE 
U800 OR BEAM FIND 
CIRCUIT 



RETURN CONTROLS 
TO INITIAL 
SETTIN6S AND 
PRESS BEAM FIND 






REPAIR THE 
HVPS 6RID DRIVE 
CIRCUIT 



REFER TO THE 
Z-AXIS DIAGNOSTIC 
PROCEDURE 





REPAIR HIGH 
VOLTAGE SUPPLY, 
DC RESTORER OR 
CATHODE SUPPLY 



REPLACE 
THE CRT 




REPAIR MCP 
BIAS SUPPLY? 





* V0LTA6ES ARE MEASURED USIN6 A TEST 
OSCILLOSCOPE WITH XtO PROBES WHILE 
HOLDING IN BEAM FIND BUTTON 
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Sweep Troubleshooting 



STATE PROBABLE CAUSES 

1 Trigger signal or Trigger circuit. 

2 AUXTRIG input, U700 or U900 pin 3, HI (>3.56 V), or Sweep circuit. 

3 Timing current supply to ITREF input (U700 or U900 pin 24). Current mirror comprising U910 and the IT, 
ITRR, ITF, and ITR terminals (U700 or U900 pins 12-15). Sweep circuit, U700 or U900. 

4 (Floating between - 1 .25 V and + 1 .4 V): See state 3. 

5 Sweep circuit, U700 or U900. Temporarily exchange U700 and U900. 

6 NOTE: In state 6, the sweep will recover to -1.25 V, even though THO (or DG-THOB) remains LO. 

A Sweep: SGA path to U650, U650 response to SGA, or THO path. 

B Sweep: DG path or generation in U700 (if B Sweep stuck 
in state 6). 

7 NOTE: If trigger is in a free-run mode, state 8 follows state 6 immediately. 
Trigger circuit response to THOA or THOB. 

8 THO timer: circuits between U165C and U650 inclusive (A Sweep). Normal rest state for B Sweep. 



SWEEP OPERATION 



STATES 1 2 3 4 5 6 7 




SWEEP OPERATION 



STATES 



2 3 



5 6 7 



TGA 



SGA 



THO 



RAMP 
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The following state table, and timing diagram show the sequence of events from initiation through the execution of the A 
sweep. They c an be used to trou bl eshoo t a non-operable sweep. If no sweep is present, use an oscilloscope to observe 
control signals TGA , TGB , SGA , SGB , THO, DG , and the A or B SWEEP ramp. Note the condition of the signals and 
refer to the state table to determine where the sweep is stuck. Then, refer to the probable cause table. Probable cause is 
listed by sweep state. 



Sweep States 



Nominal 


TGA or. 


SGA or 


THO or 


RAMP 


Duration 


TGB 


SGB 


DG 


U735-9 


at 2 ^s/div 


(not Trigger 


(not Sweep 


(AorB 






Gate) 


Gate) 


Trigger 






U500-18 and 


U650-15 and 


Holdoff) 






U500-42 


U650-14 


U650-13 





1 

2 
3 
4 

5 
6 
7 
8 



Initialize (only 
at front-panel 
change). 



HI with THO 



Wait for Trigger 
Initiate Sweep Gate 
Initate Ramp Up 
Run Ramp Up 



Indefinite 
<20 ns 
<200 ns 
22 us 



Terminate Sweep Gate <2 fis 
Initiate Holdoff < 100 ns 



Reset Trigger 
RESET SWEEP 
(Then return to 
state 1 or 2.) 



<10 ns 
2 jiS 



HI 
LO 
LO 
LO 

LO 
LO 
LO 
HI 



HI 
HI 
LO 
LO 

LO 
HI 
HI 
HI 



HI for 
5 ms 
(Last of 
three 
pulses 
in 240 ms 
sequence) 
LO 
LO 
LO 
LO 

LO 
LO 
HI 
HI 



-1.25 V 
-1.25 V 
-1.25 V 
Slew to 
+ 1.36 V 
+ 1.36 V 
+ 1.36 V 
+ 1.36 V 
Slew to 
-1.25 V 



NOTE 

When sweep free runs, as in AUTO Mode, STATES 1 and 7 are omitted and TGA remains LO in state 8. 



6019-31 




PRESS 
BEAM FIND 



PUSH 
SEC/DIV 
KNOB IN, 
PRESS 
AUTO 



PUSH 
AUTO 
BUTTON 





REPAIR 
LED 




REPAIR PATH 
FROM U700-45 
TO U950-4 




REPAIR RAMP SI6NAL 
PATH. CHECK U700, 
U735, U800, AND INT- 
ERCONNECTIONS, POWER 
SUPPLIES AND CONTROL 
.SJGNALS TO U800 
(HSA, HSB, AND POS) 





REPAIR 




- 1.25 V 




REFERENCE 




PATH 



REPAIR 
FAULTY 
SUPPLY 



REPLACE 
U700 

(TRY SUBSTITUTING U900) 



REPAIR 
INDICATED 
FAULT 




SWEEP TOUBLESHOOTING PROCEDURE 




REMOVE 
U700 





REINSTALL 
U700 



DISCONNECT ANY 
WIRE CONNECTED 
TO J102-S 



IS THIS 
k A 2467B7. 



YES 



NO 




REPAIR 
H0LD0FF-TIMIN6 
CURRENT SOURCE 




S6A 
JIIGH?., 



YES 



> N0 „ 


REPAIR 


1 




SG SI6NAL PATH 






REPAIR 
OPTION CIRCUIT 
CONNECTED TO 

J102-5 





YES 


PULL SSA LOW WITH 
A STRAP TO GND FROM 
U975-22 TEMPORARILY 







CHECK HOLDOFF 
CURRENT SOURCE 
AND HOLDOFF 
RESET Q155. 
□ 157, Q159. 
Q160.U16BA, 
U169A, U169F 




REPAIR HOLDOFF 
COMPARATOR, CHECK 
U168B,Q158,Q161 



TEMPORARILY 
CONNECT A 10KQ 
RESISTOR FROM 
U650-10T0 *5V 




REPLACE U: 
TRY 

SUBSTITUT 
U900 




CHECK OR 
REPLACE 
U97S 
U650 



TROUBLESHOOT 
FAILING 
CIRCUIT 
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SWEEP TOUBLESHOOTING PROCEDURE 



DO ONE OR 

10re bright dots 
;ar that respond to 
vertical position 
controls? 



NOTE: +3.56V IS MEASURED AS -1.44V 
WITH RESPECT TO THE +SV SUPPLY 
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PRESS 
BEAM FIND 



PUSH 
SEC/DIV 
KNOB IN, 
PRESS 
AUTO 



PUSH 
AUTO 
BUTTON 





SWEEP TOUBLESHOOTING PROCEDURE 



REPAIR PATH 
FROM U700-45 
TO U950-4 



REMOVE 
U700 



REPAIR 
LED 




REPAIR RAMP SIGNAL 
PATH. CHECK U700, 
U73S, U800, AND INT- 
ERCONNECTIONS, POWER 
SUPPLIES AND CONTROL 
_SIBNALS TO U800 
(HSA. HSB, AND POS) 



REPAIR 
-1.25V 
REFERENCE 
PATH 




YES 




REPAIR 
FAULTY 
SUPPLY 



REPLACE 
U700 

(TRY SUBSTITUTING U900) 



REPAIR 
INDICATED 
FAULT 





NO 




REINSTALL 
U700 



DISCONNECT ANY 
WIRE CONNECTED 
TO J 102-5 



IS THIS 
2467B7.. 



YES 



NO 





REPAIR 
HOLDOFF-TIMING 
CURRENT SOURCE 




REPAIR 



S6 SI6NAL PATH 



REPAIR 
OPTION CIRCUIT 
CONNECTED TO 

J 102-5 



CHECK HOLDOFF 
CURRENT SOURCE 
AND HOLDOFF 
RESET Q 155, 
Q157.Q159, 
Q160.U168A, 
U169A.U169F 



PULL 561 LOW WITH 
A STRAP TO GND FROM 
U975-22 TEMPORARILY 




REPAIR HOLDOFF 
COMPARATOR, CHECK 
U168B.Q158.gi6t 




CHECK OR 
REPLACE 
U975 
U650 



TROUBLES 
FAILIh 
CIRCU 



2465B/2467B Service 



SWEEP TOUBLESHOOTING PROCEDURE 



♦ 3.56V IS MEASURED AS -1.44V 
WITH RESPECT TO THE *5V SUPPLY 




6663-37* 



READOUT TROUBLESHOOTING PROCEDURE 





READOUT TROUBLESHOOTING PROCEDURE 
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DOES 80 
60 BRIGHT DURING 
LONG HOLDOFf OR OFF 
DURING SLOW 
SWEEPS? 



YES 



IS U2985-11 
CLOCKED AT 

APPROX. 

1.3MHZ? 



MO 



YES 



ARE 
U29B5-9 
AND U2985-10 
ACTIVE? 



IYES 



IS 

DISPLAY 
BRIGHT DURING 
HOLDOFF? 



IYES 



CHECK PATH: 
U2985-12 
U2990-5.6 
U2860-12 AND 
U2880-8, 
CHECKING 
U2880-1 1 FOR 
ACTIVITY AND 
U2880-13 FOR 
A HI 



NO 



CHECK U2850 
USIN6 THEORY 
OF OPERATON 



OFF DURING 
SLOW SWEEP 



CHECK PATH: 
U2985-H 
U2835-9 
U2965-1 
U296S-4 
U2950-2 
AND U2950-6 
CHECKING 
U2950-3 FOR 
ACTIVITY AND 
U2950-1 FOR 
A HI 




CHECK U2B30A 
AND U2830B 
FOR PARTIAL 
FAILURE 



NO 



YES 





ADJUST 
R.O. GAIN 
AND CENTERIN6 
R2918. R2931 



CHECK: 
R2903, R2904, 
R2905, R2906. 
R2907, R291B, 
R2919.R2920, 
R2921, R2922, 
R2923, R2924, 
R292S, R2926. 
R2927, R2928. 
R2929, R2930, 
R2931.R2932, 
R2933, R2934, 

R2935, AND 
AND R.O. INPUTS 
ON MAIN BOARD 



CHECK: 
R2908, R2909, 
R2910, R2911. 
R2913, R2914, 
R2915, R2916, 
R29I7AND 
R.O. INPUTS 
ON MAIN BOARD 



PROBLEM IN 
AREA OF 
U2B00-1,2,3.4,S 



MS3-4« 



READOUT TROUBLESHOOTING PROCEDURE 




READOUT TROUBLESHOOTING PROCEDURE 
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DOES RO 
60 BRIGHT DURING 
LONG HOLDOFF OR OFF 
DURIN6 SLOW 
SWEEPS? 



YES 



IS U2985-11 
CLOCKED AT 

APPROX. 

1.3MHz? 



NO 



YES 



ARE 
U2985-9 
AND U2985-10 
ACTIVE? 



IYES 



IS 

DISPLAY 
BRI6HT DURIN6 
HOLDOFF? 



IYES 



CHECK PATH: 
U2985-12 
U2990-5.6 
U2BB0-2 AND 
U2BB0-6, 
CHECKIN6 
U2860-3 FOR 
ACTIVITY AND 
1)2880-1 FOR 
A HI 



NO 



NO 




CHECK U2850 
USING THEORY 
OF OPERATON 



OFF DURING 
SLOW SWEEP 



CHECK PATH: 
U2985-14 
U283S-9 
U2980-1 
U2965-4 
U2950-12 
AND U2950-6 
CHECKING 
U29S0-11 FOR 
ACTIVITY AND 
U2950-13 FOR 
A HI 



CHECK U2830A 
AND U2830B 
FOR PARTIAL 
FAILURE 



READOUT 
6AIN 
^CURS0RS7_, 



YES 



NO 




PROBLEM IN 
AREA OF 
U2800, U2B05 
U2810. U2B20 

0RU2900 




ADJUST 
R.O. 6AIN 
AND CENTERIN6 
R2918. R2931 



CHECK: 
R2903, R290S, 
R2918. R2919, 
R2921.R2922, 
R2923, R2924. 
R2925.R2926. 
R2928, R2929, 
R2931.R2932, 
R2933. R2920, 
AND R.O. INPUTS 
ON MAIN BOARD 



CHECK: 
R2910.R2911, 
R2913, R29U, 
R2916, R2917, 
AND 
R.O. INPUTS 
ON MAIN BOARD 



PROBLEM IN 
AREA OF 
02800-1,2,3.4,5 
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VERTICAL TROUBLESHOOTING HINTS HORIZONTAL TROUBLESHOOTING HINTS 



With no signals connected to the four Vertical input connec- If possible, set the instruments TRIGGER controls so the 

tors, select each channel for display and rotate its POSITION con- TRIG'D LED remains illuminated (triggered sweep is running). Set- 
trol through its entire range. ting the TRIGGER MODE to AUTO LVL will usually do this. 



1. If one or more of the four Vertical channels properly 
responds to its POSITION control, the problem is in the 
preamp circuit of the defective channel or in the Vertical 
Channel Switch circuit. If none of them respond prop- 
erly, the Channel Switch, Delay Line, Vertical Output 
Amplifier, and the Hybrid power supplies should 
be suspect. 



2. Check the range of the input positioning voltage for a 
faulty channel. Channel 1 and 2 positioning inputs (pin 
17 of U 100 and U200) should vary between -4.6 volts 
and -5.26 volts. Channel 3 and 4 positioning voltages 
(to pins 29 and 32 of U300) should vary between 
ground potential and -5 volts. 



3. If the faulty channel's input positioning range is okay, 
check the positioning effect at the outputs of the Chan- 
nel Switch (connect a DMM across the Delay Line). 
When the CH 1 or CH 2 POSITION control is rotated 
through its range, the DMM reading should vary from 
approximately +700 mV to -700 mV; for Channels 3 
and 4, it should vary approximately from +350 mV 
to -350 mV. 



4. If the range at the Delay Line is okay, connect the 
DMM across the vertical outputs to the CRT (between 
L628 and L633). Range should vary approximately 
from +11.5 volts to -11.5 volts as the POSITION 
control of the displayed channel is rotated through its 
range. 



1. Check that the horizontal positioning input (pin 22 of 
U800) of Output IC varies approximately from -1.25 
volts to +1.25 volts as the Horizontal POSITION con- 
trol is rotated through its range. If it does not, repair 
the position circuit. 



2. Check that the A Sweep Ramp at pin 18 of U800 is 
ramping from —1.25 volts to +1.25 volts. If it is not, 
check the buffer amplifier made up of U735 and its 
associated components. When operating properly, the 
voltages and waveforms at pins 3 and 9 of U735 will 
be nearly identical. 



3. Che ck for proper select signals (TTL levels) at the HSA 
and HSB inputs of U800. 



4. Check the power supply levels to U800. 



5. Check the voltage on pin 6 of U800. If it is not > +80 
volts, check the +OUT and -OUT pins for shorts. 

See the "Theory of Operation" for further information. 



5. If the output voltages to the CRT are okay, check that 
the voltage between the CRT termination resistors 
(LR1513 and LR1514) varies approximately from 
+ 11.5 volts to -11.5 volts as the POSITION control is 
rotated through its range. 



See the "Theory of Operation" for further information. 



HOW TO VERIFY THE CONTROL DATA 
AND CONTROL CLOCK LINES 



1 . Power up the instrument under test. 



2. Move the NORM/DIAG jumper (P503 on the 
scope under test) to the DIAG position. This 
forces the processor into a NOP loop and exer- 
cises the Address Decode circuitry. 



Trigger the test scope on the PORT 4 INH at pin 
15 of U2550 (on the Control Board). Use NORM 
TRIGGER and - SLOPE. Set TRIGGER LEVEL 
to + 1 .4 volts. 




Z-AXIS DI/ 



Z-AXIS 
DIAGNOSTIC 
PROCEDURE 



4. Verify that sixteen bursts of sixteen pulses each 
occurring at 52 ms to 53 ms intervals. 



Check that each of the outputs of U2550 has 
similar signals present (diagram 2). 




WATCH THE VOLTAGE 
AT U950'S BRIGHT 
INPUT WHILE ROTATING 
THE INTENSITY CONTROL 
THROUGH IT'S RANGE 



6. Check that each output of U2650 and U2660 
(diagram 2) has sixteen bursts of one pulses 
each occurring at 52 ms to 53 ms intervals. 



TR0UBLESHO0T DISPLAY 
SEQUENCER'S INPUTS 
OR REPLACE U650 



7. Turn instrument power off and restore P503 to 
the NORM position. 



8. Power up the instrument again. 




9. Set the instrument's CH 1 and CH 2 input cou- 
pling to 1 Mfi DC and TRIGGER MODE 
to NORM. 



10. Hold in the upper TRIGGER COUPLING switch. 



1 1 . Trigger the test oscilloscope on the DISP SEQ 
CLK (pin 7 of U2650 or pin 10 of P512). 



12. With the test scope still triggered on the DISP 
SEQ CLK, verify that the ATTN STRB at pin 2 of 
P512 is eight positive-going strobes. Verify that 
the control data on pin 1 of P512 is toggling at 
TTL levels. 
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HOW TO VERIFY THE CONTROL DATA 
AND CONTROL CLOCK LINES 



1 . Power up the instrument under test. 



2. Move the NORM/DIAG jumper (P503 on the 
scope under test) to the DIAG position. This 
forces the processor into a NOP loop and exer- 
cises the Address Decode circuitry. 



3. Trigger the test scope on the PORT 4 INH at pin 
15 of U2550 (on the Control Board). Use NORM 
TRIGGER and - SLOPE. Set TRIGGER LEVEL 
to +1.4 volts. 




Z-AXIS DIAGNOSTIC PROCEDURE 



Z-AXIS 
DIAGNOSTIC 
PROCEDURE 



4. Verify that sixteen bursts of sixteen pulses each 
occurring at 52 ms to 53 ms intervals. 



5. Check that each of the outputs of U2550 has 
similar signals present (diagram 2). 



6. Check that each output of U2650 and U2660 
(diagram 2) has sixteen bursts of one pulses 
each occurring at 52 ms to 53 ms intervals. 



7. Turn instrument power off and restore P503 to 
the NORM position. 



8. Power up the instrument again. 




WATCH THE VOLTAGE 
AT U950'S BRIGHT 
INPUT WHILE ROTATING 
THE INTENSITY CONTROL 
THROUGH IT'S RANGE 





YES 


TROUBLESHOOT DISPLAY 
SEQUENCER'S INPUTS 
OR REPLACE U650 









REPAIR SHORT CIRCUIT 
ON BRIGHT LINE, REPAIR 

INTENSITY CONTROL 
CIRCUIT, REPAIR CONTROL 
SIGNALS TO U650 OR 
REPLACE U650 





YES 


CORRECT DC BIAS 
PROBLEM AT U950 
OR REPLACE U950 









9. Set the instrument's CH 1 and CH 2 input cou- 
pling to 1 Mfi DC and TRIGGER MODE 
to NORM. 



10. Hold in the upper TRIGGER COUPLING switch. 



11. Trigger the test oscilloscope on the DISP SEQ 
CLK (pin 7 of U2650 or pin 10 of P512). 



12. With the test scope still triggered on the DISP 
SEQ CLK, verify that the ATTN STRB at pin 2 of 
P512 is eight positive-going strobes. Verify that 
the control data on pin 1 of P5 12 is toggling at 
TTL levels. 
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VERTICAL TROUBLESHOOTING HINTS HORIZONTAL TROUBLESHOOTING HINTS HOW TO VERIFY THE CONTROL DATA 

AND CONTROL CLOCK LINES 

With no signals connected to the four Vertical input connec- If possible, set the instruments TRIGGER controls so the 

tors, select each channel for display and rotate its POSITION con- TRIG'D LED remains illuminated {triggered sweep is running). Set- . 
trol through its entire range. ting the TRIGGER MODE to AUTO LVL will usually do this. 1 ■ Kower U P tne instrument under test. 



1. If one or more of the four Vertical channels properly 
responds to its POSITION control, the problem is in the 
preamp circuit of the defective channel or in the Vertical 
Channel Switch circuit. If none of them respond prop- 
erly, the Channel Switch, Delay Line, Vertical Output 
Amplifier, and the Hybrid power supplies should 
be suspect. 



2. Check the range of the input positioning voltage for a 
faulty channel. Channel 1 and 2 positioning inputs (pin 
17 of U100 and U200) should vary between -4.6 volts 
and -5.26 volts. Channel 3 and 4 positioning voltages 
(to pins 29 and 32 of U300) should vary between 
ground potential and -5 volts. 



3. If the faulty channel's input positioning range is okay, 
check the positioning effect at the outputs of the Chan- 
nel Switch (connect a DMM across the Delay Line). 
When the CH 1 or CH 2 POSITION control is rotated 
through its range, the DMM reading should vary from 
approximately +700 mV to —700 mV; for Channels 3 
and 4, it should vary approximately from +350 mV 
to -350 mV. 



4. If the range at the Delay Line is okay, connect the 
DMM across the vertical outputs to the CRT (between 
L628 and L633). Range should vary approximately 
from +11.5 volts to -11.5 volts as the POSITION 
control of the displayed channel is rotated through its 
range. 



1. Check that the horizontal positioning input (pin 22 of 
U800) of Output IC varies approximately from -1.25 
volts to +1.25 volts as the Horizontal POSITION con- 
trol is rotated through its range. If it does not, repair 
the position circuit. 



2. Check that the A Sweep Ramp at pin 18 of U800 is 
ramping from —1.25 volts to +1.25 volts. If it is not, 
check the buffer amplifier made up of U735 and its 
associated components. When operating properly, the 
voltages and waveforms at pins 3 and 9 of U735 will 
be nearly identical. 



3. Che ck fo r proper select signals (TTL levels) at the HSA 
and HSB inputs of U800. 



4. Check the power supply levels to U800. 



5. Check the voltage on pin 6 of U800. If it is not > +80 
volts, check the +OUT and -OUT pins for shorts. 

See the "Theory of Operation" for further information. 



2. Move the NORM/DIAG jumper (P503 on the 
scope under test) to the DIAG position. This 
forces the processor into a NOP loop and exer- 
cises the Address Decode circuitry. 



3. Trigger the test scope on the DAC MSB CLK at 
pin 14 of U2550 (on the Control Board). Use 
NORM TRIGGER and - SLOPE. Set TRIGGER 
LEVEL to +1.4 volts. 



4. Verify that four bursts of clocks appear at 52 ms 
to 53 ms intervals. 



5. Check that each of the outputs of U2550 has 
similar signals present (diagram 2). 



6. Check that each output of U2660 (diagram 1) 
has four bursts of two pulses each occurring at 
52 ms to 53 ms intervals. 



7. Turn instrument power off and restore P503 to 
the NORM position. 



8. Power up the instrument again. 



5. If the output voltages to the CRT are okay, check that 
the voltage between the CRT termination resistors 
(LR1513 and LR1514) varies approximately from 
+ 11.5 volts to -11.5 volts as the POSITION control is 
rotated through its range. 



See the "Theory of Operation" for further information. 



Set the instrument's CH 1 and CH 2 input cou- 
pling to 1 Mfi DC and TRIGGER MODE 
to NORM. 



10. Hold in the upper TRIGGER COUPLING switch. 



11. Trigger the test oscilloscope on the DISP SEQ 
CLK (pin 8 of U2660 or pin 10 of P512). 



12. With the test scope still triggered on the DISP 
SEQ CLK, verify that the ATTN STRB at pin 2 of 
P512 is eight positive-going strobes. 



13. Verify that the control data on pin 1 of P512 is 
toggling at TTL ieveis. 
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HOW TO VERIFY THE CONTROL DATA 
AND CONTROL CLOCK LINES 

1 . Power up the instrument under test. 



Move the NORM/DIAG jumper (P503 on the 
scope under test) to the DIAG position. This 
forces the processor into a NOP loop and exer- 
cises the Address Decode circuitry. 



Trigger the test scope on the DAC MSB CLK at 
pin 14 of U2550 (on the Control Board). Use 
NORM TRIGGER and - SLOPE. Set TRIGGER 
LEVEL to +1.4 volts. 



4. Verify that four bursts of clocks appear at 52 ms 
to 53 ms intervals. 



5. Check that each of the outputs of U2550 has 
similar signals present (diagram 2). 



6. Check that each output of U2660 (diagram 1) 
has four bursts of two pulses each occurring at 
52 ms to 53 ms intervals. 



7. Turn instrument power off and restore P503 to 
the NORM position. 



8. Power up the instrument again. 




Z-AXIS DIAGNOSTIC PROCEDURE 



Z-AXIS 
DIAGNOSTIC 
PROCEDURE 




WATCH THE VOLTAGE 
AT U950'S BRIGHT 
INPUT WHILE ROTATING 
THE INTENSITY CONTROL 
THROUGH IT'S RANGE 





YES 


TROUBLESHOOT DISPLAY 
SEQUENCER'S INPUTS 
OR REPLACE U650 








REPAIR SHORT CIRCUIT 
ON BRIGHT LINE, REPAIR 

INTENSITY CONTROL 
CIRCUIT, REPAIR CONTROL 
SIGNALS TO U650 OR 
REPLACE U650 






YES 


CORRECT DC BIAS 
PROBLEM AT U950 
OR REPLACE U950 









9. Set the instrument's CH 1 and CH 2 input cou- 
pling to 1 MQ DC and TRIGGER MODE 
to NORM. 



10. Hold in the upper TRIGGER COUPLING switch. 



11. Trigger the test oscilloscope on the DISP SEQ 
CLK (pin 8 of U2660 or pin 10 of P512). 



12. With the test scope still triggered on the DISP 
SEQ CLK, verify that the ATTN STRB at pin 2 of 
P51 2 is eight positive-going strobes. 



13. Verify that the control data on pin 1 of P512 is 
toggling at TTL levels. 
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KERNEL NOP DIAGNOSTIC PROCEDURE 



KERNEL NOP 
DIAGNOSTIC 
PROCEDURE 



MOVE NORM/DI AG 
JUMPER TO THE 
DIAG POSITION 




YES 




YES 



YES 



REPLACE 
U2140. 
ROMS OR RAM 




REPLACE 
U2140. U2450. 
OR U2350 



REPAIR ADDRESS 
DECODE CIRCUIT 



REPLACE 

U2450 
OR U2350 



YES 



LOCATE FAULT 
AND REPAIR 



RETURN 
TO 
1 
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Primary Test Load 

The test load illustrated below may be used to test the 
operation of the inverter with the output transformer 
(T1060) and drive transistors (Q1060 and Q1070) discon- 
nected. Connect the + lead of the load to the lifted end of 
W1060 (see procedure in flowchart at right) and the — 
lead to the sources of Q1060 and Q1070. A schematic 
diagram of the load, showing the associated Tektronix 
part numbers, is given below. 



PRIMARY TEST LOAD 

(152-0066-00) 

# — f — ♦ Kl o + 



150S2, 1W 
(303-0151-00) 



750mA 
(159-0042-00) 

3.3/if 
(290-0806-00) 



-o- 



3 EA. 3.5kS2, 20W 
(308-0032-00) 



+ 5 V D Test Load 

Some load is required for the Inverter to run. When the 
Power Supply module is removed from the instrument or 
when the Regulator Board is disconnected from the 
Inverter Board's output, the test load described below may 
be used to check the operation of the Inverter. 



NOTE 

Each of the Regulators requires a load to regulate 
properly; this loading is not provided by the +5 V 
load. 



TEST LOAD. Connect a 2-Q, 25 watt resistor (Tek- 
tronix part number 308-0205-00) from the +5 V D pins 
of J303 and J232 (on the Inverter Board) to ground. 



Power Supply Voltage Tolerances 



Power Supply 


Test Point (+ Lead) 


Reading 


+10 V 


J119-4 


+9.99 to +10.01 


+87 V 

_ — — 


J119-8 


+85.26 to +88.74 


+42.4 V 


J119-9 


+41.55 to +43.25 


+15 V 


J119-6 

i , 


+14.775 to +15.225 


Digital +5 V 


J119-2 


+4.85 to +5.15 


Analog +5 V 


J1 19-12 


+4.925 to +5.075 


-5 V 


J119-5 


-4.965 to -5.035 


-8 V 


J1 19-11 


-7.88 to -8.12 


-15 V 


J119-1 


-14.775 to -15.225 



POWER SUPPLY TROUBLESHOOTING PROCEDURE 



POWER SUPPLY 
TROUBLESHOOTING 
PROCEDURE 



AUDIBLE 
CLICKING WHEN 
POWER IS 
APPLIED? 





YES 


CURREN" 
OR ST 
PR0E 


r LIMIT 

ARTUP 

JLEM 



NO 



CHECK REGULATOR 
OUTPUTS ACCOROING 
TO TABLE AT LEFT 




OUTPUT LEVELS? 



ALL 0V 




SOME ACTIVE 



YES 




REPAIR 
INDICATED 
FAULT 
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POWER SUPPLY TROUBLESHOOTING PROCEDURE 







POWER SUPPLY 
TROUBLESHOOTING 
PROCEDURE 








CHECK REGULATOR 
OUTPUTS ACCORDING 
TO TABLE AT LEFT 



YES 



CURREN" 
OR ST 
PROt 


r LIMIT 

ARTUP 

5LEM 


< 




REFER TO THE 
INVERTER 
PROCEDURE 




OUTPUT LEVELS? 



ALL 0V 





SOME ACTIVE 



YES 




YES 



WITH POWER 
OFF , REMOVE 
COMB P231 



REFER TO THE 
REGULATOR 
PROCEDURE 





REPLACE 
THERMAL CUTOUT 
SWITCH (S1020) 



CHECK FOR 
OPEN LINE CORD, 

POWER SWITCH, 
LINE FILTER, OR 
RECTIFIER (CR101 1 ) 





YES 


REFER 


TO THE 


INVERTER 


PROCEDURE 


( ZO 







DETERMINE CAUSE 
OF OVERHEATING 



REPLACE 


FUSE 


AND TURN 


POWER 


BACK 


ON 



SET SWITCH (S90) 
TO MATCH THE 
LINE VOLTAGE 




WITH POWER 
OFF , REINSTALL 
COMB P231 



REPLACE 
THE FUSE 



YES 



CHECK CR101 1 , SPARK 
GAP ARRESTORS , AND 
DESCRETE FILTER 
COMPONENTS FOR SHORTS 



CHECK 
C1021 , C1022 
CR1050, 01030 
Q1050 , Q1060 
Q1070 , CR1072 
C1072 , AND 
WINDINGS OF 
T1020 AND T1050 



WITH POWER 
OFF , REINSTALL 
COMB P231 
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INVERTER TOUBLESHOOTING PROCEDURE 



INVERTER 
TROUBLESHOOTING 
PROCEDURE 

DISCONNECT OPTIONS 

(P302 AND P303) 
FROM INVERTER BOARD 




• NOTE: BY USINB TWO PS503S, 
THE INVERTER MAY BE CHECKED 
WITHOUT USING THE LINE POWER 
OR LINE-ISOLATION TRANSFORMER. 



FAILURE TO START 
IS CAUSED BY THE 
REGULATOR BOARD 
NOT DRAWING POWER. 
US1NS THE REGULATOR 

REPAIR NOTES IN 
THAT PROCEDURE AND 
THE THEORY OF 
OPERATION, REPAIR 
THE SUPPLIES IN THE 
FOLLOWING ORDER: 
♦ 10VREF.*87V. 
♦42V, 415V. «5V. 
-15V. -8V.-5V, 
♦5VD 




CHECK 

a 1 050, q 1060 

1 070. CR 1060 
AND CR1070 
FOR SHORTS 




INSERT AN 
ISOLATION XFMER 
IN LINE SUPPLY 




UNSOLDER AND 
LIFT THE END OF 
W1060 NEAREST 
PIN 7 OFT 1 060 



CONNECT THE 
PRIMARY TEST 
LOAD (DESCRIBED 
AT LEFT) BETWEEN 

THE LIFTED END 
OF W 1 060 AND THE 
SOURCES OF 01060 
AND Q 1070 



POWER UP AND CHECK 
FOR 120V (PLUS A IV 
P-P TRIANGLE WAVE) 
ACROSS LOAD 






CHECK CURRENT 




LIMIT (01040, 


, LO „ 


CR 1040) AND 




DUMMY LOAD 




(CI 072) FOR 




SHORTS 



CHECK P232, 
P233, AND P234 
FOR SHORTS TO 
GROUND ON THE 
UNREGULATED 
SUPPLY LINES. 
ALSO CHECK FOR 
SHORTS ACROSS 
CR1101.CR1102, 
CR1 130, CR113I, 
CR1124.AND 
CR1121. 




REPAIR SERIES 
REGULATOR MADE 

UP OF Q 1060 
AND ASSOCIATED 
PARTS 



REPAIR INVERTER 
DRIVE CIRCUIT 
U 1 062, U 1064, 
AND U 1066 




ANY 
SHORTS? 



NO 



REPLACE 
SHORTED 
COMPONENT 



YES 



REMOVE PRIMARY 
TEST LOAD AND 
RESOLDER W1060 



REPLACE 
01060 AND 
01070 



TURN OFF THE 
LINE VOLTAGE 
AND DISCONNECT 
THE PRIMARY 
TEST LOAD 



CONNECT THE ♦ OUTPUT 
OF A DC POWER SUPPLY 

(PS503) TO THE 
JUNCTION OF R 1020 AND 
CR 1022. CONNECT THE 

- OUTPUT TO THE 
CATHODE OF CR1050 



CONNECT A DMM SET 
TO MEASURE VOLTAGE 
BETWEEN THE CATHODE 
DF CR1023 AND THE 
CATHODE OF CR1050 



TURN THE PS503 ON 
AND SLOWLY RAISE 
ITS OUTPUT TO 28V 




NO 



MOVE THE ♦ 
OUTPUT OF THE 
DC POWER SUPPLY 
TO THE CATHODE 
OF CR1023 



REDUCE OUTPUT LEVEL OF 
DC POWER SUPPLY UNTIL 
DRIVE FROM U 1030 STOPS 




CHECK 01021, 01022, 
VR1020.01040.AND 
ASSOCIATED CIRCUITRY 



DISCONNECT THE 
DC POWER 
SUPPLY (IES) 



CHECK Q 1050 
FOR OPENS 



CHECK SUPPLY 
COMPONENTS 
CR 1 022, R 1020, 
AND CI 025 



CHECK CURRENT 
LIMIT CIRCUIT 
01040 AND 
ASSOCIATED 
COMPONENTS 



CHECK C1071. 
R1071.CR1072. 
AND R 1072 



CHECK SLOW- 
START COMPONENTS 
C1034AND CR1034 



CHECK R 1045, 
R1046.R1036, 

RI033ANDC1033 
(FEED BACK OF 

OUTPUT V0LTA6E) 



CHECK T1020 
AND T10S0 





TROUBLESHOOT U1030S 
SUPPLY CIRCUIT. 
CHECK 01021 AND 
CR1023 FOR OPENS 



CONNECT THE • OUTPUT 
OF THE SECOND PSS03 

T0J231B-1 AND THE 
-OUTPUT TO J231B-2. 
CONNECT THE COMMON 

TO THE CATHODE OF 
CR1064 



TURN BOTH VOLTAGES 
TO MAXIMUM AND SET 
CURRENT LIMIT TO 200mA 




2465B/2467B Service 



URE 




INSERT AN 
ISOLATION XFMER 
IN LINE SUPPLY 



UNSOLDER AND 
LIFT THE END Of 
W 1 060 NEAREST 
PIN 7 OF T1060 



CONNECT THE 
PRIMARY TEST 
LOAD (DESCRIBED 
AT LEFT) BETWEEN 

THE LIFTED END 
OF W 1060 AND THE 
SOURCES OF Q 1 060 
AND Q 1 070 

— nzz 



POWER UP AND CHECK 
FOR 120V (PLUS A 1V 
P-P TRIANGLE WAVE) 
ACROSS LOAD 






CHECK CURRENT 




LIMIT (01040, 


, LO m 


CR1040) AND 




DUMMY LOAD 




(C 1072) FOR 




SHORTS 



REMOVE PRIMARY 
TEST LOAD AND 
RESOLDER W1060 



CHECK P232, 
P233. AND P234 
FOR SHORTS TO 
GROUND ON THE 

UNRE6ULATED 

SUPPLY LINES. 
ALSO CHECK FOR 
SHORTS ACROSS 
CR1101.CR1102, 
CR1 130, CR1 131. 

CR1124. AND 
CH1 121. 




ANY 
SHORTS?^ 



YES 



NO 



REPAIR SERIES 
REGULATOR MADE 

UP OF 01060 
AND ASSOCIATED 
PARTS 



REPAIR INVERTER 
DRIVE CIRCUIT 
U 1 062, U 1064. 
AND U 1066 




ANY 
SHORTS? 



NO 



REPLACE 
SHORTED 
COMPONENT 



YES 



REMOVE PRIMARY 
TEST LOAD AND 
RESOLDER W1060 



REPLACE 
01060 AND 
Q1070 



TURN OFF THE 
LINE VOLTAGE 
AND DISCONNECT 
THE PRIMARY 
TEST LOAD 



CONNECT THE * OUTPUT 
OF A DC POWER SUPPLY 

(PSS03) TO THE 
JUNCTION OF R1020 AND 
CR1022. CONNECT THE 

- OUTPUT TO THE 
CATHODE OF CR 1050 



CONNECT A DMM SET 
TO MEASURE V0LTA6E 
BETWEEN THE CATHODE 
0FCR1023 AND THE 
CATHODE OF CR 1050 



TURN THE PS503 ON 
AND SLOWLY RAISE 
ITS OUTPUT TO 28V 




NO 



MOVE THE * 
OUTPUT OF THE 
DC POWER SUPPLY 
TO THE CATHODE 
OF CR1023 



REDUCE OUTPUT LEVEL OF 
DC POWER SUPPLY UNTIL 
DRIVE FROM U1030 STOPS 




CHECK D 102 1,01022, 
VR1020.Q1040.AND 
ASSOCIATED CIRCUITRY 



CHECK SUPPLY 
COMPONENTS 
CR1O22.R1O20, 
AND C102S 



CHECK CURRENT 
LIMIT CIRCUIT 
01040 AND 
ASSOCIATED 
COMPONENTS 



CHECK C1071, 
R1071.CR1072. 
ANDR1072 



CHECK SLOW- 
START COMPONENTS 
C1034AND CR1034 



CHECK R 1045, 
R1046.R1036, 

R1033 AND CI 033 
(FEED BACK OF 

OUTPUT VOLTAGE) 



CHECK T1020 
AND T 1050 




TROUBLESHOOTU1030'S 
SUPPLY CIRCUIT. 
CHECK 01021 AND 
CR1023 FOR OPENS 



CONNECT THE ♦ OUTPUT 
OF THE SECOND PS503 

TO J231B-1 AND THE 
-OUTPUT TO J231B-2. 
CONNECT THE COMMON 

TO THE CATHODE OF 
CR1064 



TURN BOTH VOLTAGES 
TO MAXIMUM AND SET 
CURRENT LIMIT TO 200mA 





TROUBLESHOOT 
U 1 062, U 1064. 
U1066.AND 
ASSOCIATED 
COMPONENTS 



TROUBLESHOOT 
SHORT 



REPLACE 
FAULTY 
COMPONENT 



CHECK 
R1034AND 
R1037 
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Regulator Repair Notes 

Hints for troubleshooting a faulty supply Regulator: 



3. Regulator output is low: 



1. First verify that the +10-V REF level is correctly 
adjusted; if it is not, do so (see Adjustment Pro- 
cedure in Section 5). 



a. Check for excessive loading using the 
Load Isolation diagram below and the 
Interconnection Schematic (diagram 13). 



2. Regulator output is high: 



a. Is the output loaded? All Regulators 
(except +10-V REF ) require some load to 
regulate, the lower voltage supplies requir- 
ing greater loads. The Regulators between 
+ 15 V and -15 V may be loaded using 
100-fi resistors of the proper 
power ratings. 



b. Check for a short-circuited series- 
pass device. 



c. Check feedback through to voltage-sense 
comparator. 



b. The operation of the supply Regulators is 
interdependent. If a supply is out of regula- 
tion, verify that the supply of next greater 
magnitude is operating properly. Repair 
faulty Regulators in the following order: 
+87 V, +42 V, +15 V, +5V, -15 V, 
-8 V, and then -5 V. 



c. Verify that the current-limit circuit is 
not activated. 



d. Check drive to series-pass device and ver- 
ify that the device is not open circuited. 



e. Check feedback through the voltage-sense 
comparator. 



f. If supply goes low only when fully loaded, 
suspect an open-circuit diode in the associ- 
ated rectifier circuit. 



•j CRT 




AC LINE 
SUPPLY 



RECTIFIERS 
AND 
FILTERS 



INVERTER 
BOARD 



OPTIONS 

( IF ) 
\ PRESENT I 



REGULATOR 
BOARD 



PROBE 
POWER 



HI 
VOL1 
BO/ 


GH 

'AGE 

kRD 






MAIN 
BOARD 



CONTROL 
BOARD 



READOUT 
BOARD 



DYNAMIC 
CENTERING 
(2465A ONLY) 



HOLDOFF 
BOARD 
(2467 ONLY) 



SCALE 
ILLUMINATION 
BOARD 



FRONT 
PANEL 
BOARD 



X 



REGULATOR 
TROUBLESHOOTING 
PROCEDURE* 



READ THE NOTES 

ON REGULATOR 
REPAIR AT LEFT 



REGULATOR TROUBLESHOOTING PRC 



*N0TE: ADJUSTMENT OR REPAIR 
OF ANY POWER SUPPLY REGULATOR 
NECESSITATES A COMPLETE 
RECALIBRATION OF THE INSTRUMENT. 



USING A DMM, 
CHECK THE +10V 
REF VOLTAGE 



IS 

+10V REF 
AT TP201 +10V 
+ 0. IV? 




CHECK +5V D FEEDBACK 
PATH THROUGH V1371C 
AND U1040. EXERCISE 
THE CIRCUIT BY 
VARYING R1292* 
(VOLT REF AD J) AND 
VERIFY THAT +5Vn 
VARIES 



USING THE REGULATOR 
REPAIR NOTES AT LEFT 

AND THE THEORY OF 
OPERATION, CHECK AND 
REPAIR THE REGULATORS 
IN THE FOLLOWING ORDER : 
-15V UNREG (FUSE 1330) , 
+87 V, +42V, +15V, +5V, 
-15V, -8V, AND -5V 



CHECK FUSE F1102, 
RECTIFIER CRM 10, 
C1110, C1111 , 
L1 110, AND +5V 
OUTPUT WINDINGS 
OF T1060 





YES 







REFER 


TO THE 


INVERTER 


PROCEDURE 


/ 70 








REPAIR PATH 
THROUGH U1371C 
AND U1040 



PROBLEM IS WITH 
+15V UNREG ANO 
-5V UNREG SUPPLIES 





NO 


SET SWITCH (S90) 
TO MATCH THE 
LINE VOLTAGE 







CHECK APPROPRIATE 
RECTIFIER, FILTER 
COMPONENTS, AND 
TRANSFORMER WINDINGS 




REPAIR 
INDICATED 
FAULT* 
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REGULATOR TROUBLESHOOTING PROCEDURE 



s loading using the 
ram below and the 
natic (diagram 13). 



supply Regulators is 
upply is out of regula- 
wpply of next greater 
:ing properly. Repair 

the following order: 
5 V, +5 V, -15 V, 



REGULATOR 
TROUBLESHOOTING 
PROCEDURE* 



READ THE NOTES 

ON REGULATOR 
REPAIR AT LEFT 



USING A DMM, 
CHECK THE +10V 
REF VOLTAGE 




*NOTE; ADJUSTMENT OR REPAIR 
OF ANY POWER SUPPLY REGULATOR 
NECESSITATES A COMPLETE 
RECAL I BRAT I ON OF THE INSTRUMENT. 



irrent-limit circuit is 



■pass device and ver- 
lot open circuited. 



jgh the voltage-sense 



lly when fully loaded, 
lit diode in the associ- 





CRT 










READOUT 




BOARD 



DYNAMIC 
CENTERING 
(2465A ONLY) 



HOLDOFF 
BOARD 
(2467 ONLY) 



SCALE 
ILLUMINATION 
BOARD 




OUT OF 
LIMITS 




USING THE REGULATOR 
REPAIR NOTES AT LEFT 

AND THE THEORY OF 
OPERATION, CHECK ANO 
REPAIR THE REGULATORS 
IN THE FOLLOWING ORDER: 
-15V UNREG (FUSE 1330) , 
+87V, +42V, +15V, +5V, 
-15V , -8V , AND -5V 





0V 


CHECK FUSE F 1 1 02 , 


RECTIFIER CR1110, 


C1 1 10 , 


C1111 , 


L1110, 


ANO +5V 


OUTPUT WINDINGS 


OF T1060 







CHECK +5V D FEEDBACK 
PATH THROUGH V1371C 
AND U1040. EXERCISE 
THE CIRCUIT BY 
VARYING R1292* 
(VOLT REF AD J) AND 
VERIFY THAT +5V D 
VARIES 




FEEDBACK 
WORKING? 



NO 




YES 







REFER TO THE 
INVERTER 
PROCEDURE 


( 30 






YES 


SET +10V REF FOR 






PRECISELY +10V* 






REPAIR PATH 
THROUGH U1371C 
ANO U1040 



PROBLEM IS WITH 
+15V UNREG AND 
-5V UNREG SUPPLIES 





NO 


SET SWITCH (S90) 
TO MATCH THE 
LINE VOLTAGE 







CHECK FOR EXCESSIVE 
LOADING OF +10V REF. 
FIRST CHECK VR1293, THEN 
REMAINING LOADS. USE THE 
LOAD ISOLATION DRAWING 
AT LEFT AND THE POWER 
DISTRIBUTION DIAGRAMS 

<Q> ANO <£> 



CHECK APPROPRIATE 
RECTIFIER, FILTER 
COMPONENTS, AND 
TRANSFORMER WINDINGS 






CHECK C1400 , 
U1290, U1300C 
ANO ASSOCIATED 
CIRCUIT COMPONENTS 



TROUBLESHOOT 
OVERLOADED 
BRANCH 



CHECK ASSOCIATED 
RECTIFIER, FILTER 
COMPONENTS, AND 
TRANSFORMER WINDINGS 



REPAIR 
I NO I CATED 
FAULT* 
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© 



PARAMETRIC MEASUREMENT TROUBLESHOOTING 




j NO ^ 


TRQUBLESHQOT 




TRIG6ER SYSTEM 



PERFORM CAL 01 
AND CAL 09 




YES 



VERIFY A SWEEP GATE, 
B SWEEP GATE, A DELAY 
GATE, B DELAY GATE, 
AND A HOLDOFF ARE 

ALL REACHING 
MEASUREMENT PAL 
WITH CORRECT LEVELS 



PERFORM MEASUREMENT 
THAT IS AT FAULT AND 
MONITOR CLOCK, RESET, 
DATA, AND Q OUTPUT OF 
U980A DURING MEASUREMENT 



^ DONE ^ 




REPLACE 


U975 


J 


i 




YES 



> YES •» 


PERFORM MEASUREMENT 




AND MONITOR Q 
OUTPUT OF U980B 











NO 


MONITOR CNTL1 AND 




CNTL2 WHILE REPEATEDLY 




PRESSING ANY FRONT 




PANEL SWITCH 








THE PROBLEM IS 


> NO ^ 


NOT PARAMETRIC 


MEASUREMENT: CHECK 






FOR OPEN 




CIRCUITS, ETC. 




THE PROBLEM IS 
NOT PARAMETRIC 
MEASUREMENT: CHECK 
FOR OPEN 
CIRCUITS, ETC. 
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Section 11 - 2465B/2467B Service 



REPLACEABLE 
MECHANICAL PARTS 



PARTS ORDERING INFORMATION 

Replacement parts are available from or through your lo- 
cal Tektronix, Inc. Field Office or representative. 

Changes to Tektronix instruments are sometimes made 
to accommodate improved components as they become 
available, and to give you the benefit of the latest circuit im- 
provements developed in our engineering department. It is 
therefore important, when ordering parts, to include the fol- 
lowing information in your order: Part number, instrument 
type or number, serial number, and modification number if 
applicable. 

If a part you have ordered has been replaced with a new 
or improved part, your local Tektronix, Inc. Field Office or 
representative will contact you concerning any change in 
part number. 

Change information, if any, is located at the rear of this 
manual. 

ITEM NAME 

In the Parts List, an item Name is separated from the 
description by a colon(:). Because of space limitations, an 
Item Name may sometimes appear as incomplete. For fur- 
ther Item Name identification, the U.S. Federal Cataloging 
Handbook H6-1 can be utilized where possible. 

FIGURE AND INDEX NUMBERS 

Items in this section are referenced by figure and index 
numbers to the illustrations. 



INDENTATION SYSTEM 

This mechanical parts list is indented to indicate item re- 
lationships. Following is an example of the indentation sys- 
tem used in the description column. 

1 2 3 4 5 Name & Description 

Assembly and/or Component 

Attaching parts for Assembly and/or Component 

END ATTACHING PARTS 

Detail Part of Assembly and/or Component 
Attaching parts for Detail Part 

END ATTACHING PARTS 
Parts of Detail Part 

Attaching parts for Parts of Detail Part 
END ATTACHING PARTS 

Attaching Parts always appear in the same indentation 
as the item it mounts, while the detail parts are indented to 
the right. Indented items are part of, and included with, the 
next higher indentation. 

Attaching parts must be purchased separately, un- 
less otherwise specified. 

ABBREVIATIONS 

Abbreviations conform to American National Standards 
Institute Yl.l 
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2465B Replaceable Mechanical Parts 
2465B/2467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Mfr. 
Code 



Manufacturer 



Address 



City. State. Zip Code 



01536 TEXTRON INC 

CAMCAR DIV 

SEMS PRODUCTS UNIT 
04811 PRECISION COIL SPRING CO 

05006 20TH CENTURY PLASTICS INC 

06915 RICHC0 PLASTIC CO 

07416 NELSON NAME PLATE CO 

09772 WEST COAST LOCKWASHER CO INC 

09922 BURNDY CORP 
12327 FREEWAY CORP 

16428 COOPER BELOEN ELECTRONIC WIRE AND CA 
SUB OF COOPER INDUSTRIES INC 

22526 DU PONT E I DE NEMOURS AND CO INC 
DU PONT CONNECTOR SYSTEMS 
DIV MILITARY PRODUCTS GROUP 

22670 G M NAMEPLATE INC 

24931 SPECIALTY CONNECTOR CO INC 

31918 ITT SCHADOW INC 
50293 GENERAL ELECTRIC CO 

ENGINEERING DEPT 
54583 TDK ELECTRONICS CORP 
55285 BERGQUIST CO INC THE 
64411 EMC SHIELDING 

DIV OF TECH-ETCH INC 
70903 COOPER BELDEN ELECTRONICS WIRE AND C 

SUB OF COOPER INDUSTRIES INC 
71400 BUSSMANN 

DIV OF COOPER INDUSTRIES INC 
73439 AMSCO PRODUCTS 

CAMCAR DIV TEXTRON INC 
73743 FISCHER SPECIAL MFG CO 
78189 ILLINOIS TOOL WORKS INC 

SHAKE PROOF DIV 
80009 TEKTRONIX INC 

80033 MICRODOT MFG INC 

PRESTOLE EVERLOCK DIV 
83385 MICRODOT MFG INC 

GREER-CENTRAL DIV 
83486 ELCO INDUSTRIES INC 
85480 BRADY W H CO 

CORP H Q 

INDUSTRIAL PRODUCTS DIV 
86928 SEASTROM MFG CO INC 
91260 CONNOR SPRING AND MFG CO 

A SLOSS AND BRITTAN INC CO 
93907 TEXTRON INC 

CAMCAR DIV 
95987 BRADY/WECKESSER MFG CO 
S3109 FELLER 

S3629 SCHURTER AG H 

C/O PANEL COMPONENTS CORP 

TK0060 WRIGHT ENGINEERED PLASTICS INC 

TK0435 LEWIS SCREW CO 

TK0588 UNIVERSAL PRECISION PRODUCTS 

TK0861 H SCHURTER AG DIST PANEL COMPONENTS 

TK1154 COMPLEX TOOLING INC 

TK1163 POLYCAST INC 

TK1169 DIEMAKERS INC 

TK1170 DTM INDUSTRIES 



1818 CHRISTINA ST 

10107 ROSE ST 

PO BOX 5450 

3628 CRENSHAW BLVD 

PO BOX 30231 

5825 N TRIPP AVE 

3191 CASITAS 

16730 E JOHNSON DRIVE 

P BOX 3588 

RICHARDS AVE 

9301 ALLEN DR 

NW N ST 

515 FISHING CREEK RD 



2040 15TH AVE WEST 
2100 EARLYWOOD DR 
PO BOX 547 
8081 WALLACE RD 



12 HARBOR PARK DR 

5300 EDINA INDUSTRIAL BLVD 

7341 ANACONDA AVE 

2000 S BATAVIA AVE 

114 OLD STATE RD 
PO BOX 14460 
345 E MARSHALL ST 

111 INDUSTRIAL RD 
ST CHARLES ROAD 

14150 SW KARL BRAUN DR 

PO BOX 500 

1345 MIAMI ST 

P BOX 278 

3221 W BIG BEAVER RD 

1101 SAMUELSON RD 
2221 W CAMDEN RD 
PO BOX 2131 

701 SONORA AVE 
1729 JUNCTION AVE 

600 18TH AVE 

4444 WEST IRVING PARK RD 
ASA ADOLF AG STOTZWEID 
CH8810 

2015 SECOND STREET 

10350 OLD REDWOOD HWY 
4300 S RACINE AVE 
1775 NW 216TH 
2015 SECOND STREET 
4635 NAUTILUS COURT SOUTH 
9898 SW TIGARD ST 
801 2ND ST 
PO BOX 278 

4725 NAUTILUS COURT SOUTH 



ROCKFORD I L 61108 

EL MONTE CA 91734 

LOS ANGELES CA 90030 

CHICAGO IL 60646-6013 
LOS ANGELES CA 90039-2410 
CITY OF INDUSTRY CA 91744 

NORWALK CT 06852 
CLEVELAND OH 44125-4632 
RICHMOND IN 47374 

NEW CUMBERLAND PA 17070-3007 

SEATTLE WA 98119-2728 
FRANKLIN IN 46131 

EDEN PRAIRIE MN 55344-2224 
SCHENECTADY NY 

PORT WASHINGTON NY 11550 
MINNEAPOLIS MN 55435-3707 
GARDEN GROVE CA 92641 

GENEVA IL 60134-3325 

ST LOUIS MO 63178 

WYTHEVILLE VA 24382-3917 

COLD SPRING KY 41076-9749 
ELGIN IL 60120 

BEAVERTON OR 97077-0001 

TOLEDO OH 43605 

TROY MI 48098 

ROCKFORD IL 61101 
MILWAUKEE WI 53209 



GLENDALE CA 91201-2431 
SAN JOSE CA 95112 

ROCKFORD IL 61108-5181 

CHICAGO IL 60641 
HORGEN SWITZERLAND 

BERKELEY CA 94170 

WINDSOR CA 95492-9208 
CHICAGO IL 60609-3320 
HILLSBORO OR 97123 
BERKELEY CA 94170 
BOULDER CO 80301 
TIGARD OR 97223 
MONROE CITY MO 63456-1441 

BOULDER CO 80301 
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Z465B Replaceable Mechanical Parts 
2465B/2467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 

Mfr. 



Code 


Manufacturer 


Address 


City. State. Zip Code 


TK1285 


GEROME MFG CO INC 


PO BOX 737 


NEWBURG OR 97132 


TK1302 


MOUNTAIN MOLDING 


606 SECOND STREET 


BERTHOUD CO 80513 


TK1328 


NIDEC AMERICA CORP 


682 TRANSFER RD 


ST PAUL MN 55114 


TK1373 


PATELEC-CEM (ITALY) 


10156 TORINO 


VAICENTALLO 62/45S ITALY 


TK1592 


W AND W METAL 


6521 SE CROSSWHITE WAY 


PORTLAND OR 97206 


TK1634 


SCHRAMM PLASTIC FABRICATORS 


7885 SW HUNZIKER 


TIGARD OR 97223 


TK2165 


TRIQUEST CORP 


3000 LEWIS AND CLARK HWY 


VANCOUVER WA 98661-2999 


TK2278 


COMTEK MANUFACTURING OF OREGON 


PO BOX 4200 


BEAVERTON OR 97076-4200 




(METALS) 







REV SEP 1989 
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2465B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index 

No. 


Tektronix 
Part No. 


Serial /Assembly No. 
Effective Dscont 


Oty 


12345 Name & Description 


Mfr . 

Code Mfr. Part No. 


1-1 








1 


mRKER, IDENT:MARKED TEKTRONIX 2465B 


22670 ORDER BY DESCR 


_? 

c 


366-2041-03 






4 


KNOB:D0VE GRAY, BAR, 0.172 X 0.41 X 0.496 


80009 366-2041-03 




Oil \J-JLU Ul 


B010100 


B013923 


A 

4 


T lie COT VW\CE> . t\ 1 "70 in V f\ oo nn w n c a 

iNbtKI ,KN0B:0.172 ID X 0.28 00 X 0.64,NYL 


80009 377-0512-01 




377-0512-03 


B013924 




4 


INSERT, KNOB: 0.128 ID X 0.37 00 X 0.67 L,XL 


80009 377-0512-03 










1 


Dl icu Dl ITTrtm . n one rn 1 **r ii 

HUSH BUTTON :GY ,0.206 SQ, 1.445 H 


TK0060 93340-000 


-3 


334-6335-00 






1 


MARKER, I DENT :MKD CRT CONTROLS 


80009 334-6335-00 


-4 

-5 


?oo-p77Q-nn 

£L/VJ Li I o \AJ 






1 


COVER, T0P:TRIM 


TK1170 ORDER BY DESCR 








o 


FOOT, CABI NET: BOTTOM FRONT, PLASTIC 


TK1154 ORDER BY DESCR 












ATTACHING PARTS 




-6 






o 
c 


SCREW,MACHINE:6-32 X 0.312, FLH, 100 DEG.STL 


83486 ORDER BY DESCR 


_7 










END ATTACHING PARTS 








1 


TR I M , DEC0RAT I VE : FRONT , PLASTIC. 


80009 101-0082-02 












ATTACHING PARTS 




-8 






10 


SCREW,MACHINE:6-32 X 0.312, FLH, 100 DEG.STL 


83486 ORDER BY DESCR 




c. 00 /H ul 






1 


SPRING, FILTER:!. 32 L.CU-BE 


80009 214-3374-01 




OO/ cJCO UO 








END ATTACHING PARTS 




-9 






1 


SHLD, IMPLOSION: 4. 44 X 3.67 X 0.06, CLEAR 


80009 337-2926-03 


-in 


o/o uiyy uo 






1 


FILTER,LT,CRT:BLUE,3.415 X 4.105 X 0.03 THK 


TK1634 378019903 


OOf HO/ O Ul 






1 


MARKER, I DENT :MKD PROBE POWER 


80009 334-4378-01 


-11 










^ n nT t fit i 1 1 nkti i/ \ 

(Url ION 11 ONLY; 








1 


MARKER, I DENT :MK0 REAR BNC 


80009 334-6341-00 


-12 


004 MO/ / UH 






1 


MARKER, I DENT: MKD CAUTION 


80009 334-4377-04 


-13 


OOt OOcJQ Ul 






1 


MARKER, I DENT: MARKED OPTION 


80009 334-5696-01 


348-07?Q-01 






o 
C 


rUUI ,LADlNtl :W/uM) WRAP, RtAR, BLACK PU 


TK2165 ORDER BY DESCR 


-14 










ATTACHING PARTS 




Lie, UlJ*t UU 






A 

4 


Cf'DCl I UAfUT uc . o oi v 1 i or nm 1 PTi 

SCREW, MACHINE:8-32 X 1 . 125 , PNH , STL 


83385 ORDER BY DESCR 




cil U/ 6c Uu 






2 


SCREW,MACHINE:6-32 X 0.25, PNH, STL 


80009 211-0722-00 


-1 K 

ID 










cun ATTArut n^* nArno 

tND ATTACHING PARTS 




dUU (lOOD Un 






1 


COVER, REAR :STD W/LABELS 


80009 200-2685-04 


-16 


«J>-r*T IAJ*tU uj. 






1 

1 


MAHKhK, lUtNl rMARKED 2465B 


80009 334-6340-01 


-17 


367-0303-04 






1 


HANDLE, CARRYING: 12.86 L.GRIP & INDEX 


80009 367-0303-04 


-18 










AlTACHING PARTS 




212-0144-00 






9 




9390/ 225-38131-012 


-19 










END ATTACHING PARTS 




337-2395-00 






2 


SHIELD, ELEC: HANDLE 


80009 337-2395-00 












ATTACHING PARTS 




-20 


213-0138-00 






4 


SCREW,TPG,TF:4-24 X 0.188,TYPE B, PNH, STL 


TK0435 ORDER BY DESCR 


-21 


437-0286-03 








END ATTACHING PARTS 








1 


CABINET, SCOPE: ALUMINUM 


80009 437-0286-03 


-22 


348-0764-03 






1 


SHLD GSKT,ELEK:0.125 X 0.188, WIRE MESH 


64411 28062000 
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2465B Replaceable Mechanical Parts 
2465B/Z467B Service 



Fig. & 



Index 


Tektronix 


Serial /Assembly No. 






Mfr. 




to. 


Part No. 


Effective Dscont 


Qty 


12345 Nane & Description 


Code 


Mfr. Part No. 


2-1 


366-2041-03 




7 


KNOR'nOVF GRAY RAR (1 17? V fl 41 Y n AQR 


80009 


366-2041-03 


-2 


366-1510-00 




2 


KNOB -DOVE GRAY VAR 127 X f) 39? X 4Rfi 


80009 


366-1510-00 


-3 


366-1227-00 




2 


KNOB-DOVF GRAY V/RIV 4fifi X f) 7f)fi X fl R 


80009 


366-1227-00 


-4 


366-1510-00 




1 


KNOB- DOVE GRAY VAR 1?7 X 39? X 4fifi 


80009 


366-1510-00 


-5 


366-1220-01 


B010100 B016390 


1 


KNOB -DOVE GRAY TIMF/DTV fl 65 X f) y n « 


80009 


366-1220-01 




366-1220-02 


B016391 


1 


KNOB:0OVE GRAY, TIME/DIV, 0.44 X 0.855 X 0.84 


TK1163 ORDER BY DESCR 


-6 


366-1833-01 




3 


KN0B:D0VE GRAY, 0.25 ID X 0.392 0D X 0.466 H 


80009 


366-1833-01 


-7 


352-0790-01 




1 


HLDR, VAR, RES: BLACK POLYCARBONATE 


80009 


352-0790-01 










ATTACHING PARTS 






-8 


211-0302-00 




4 


SCR ASSEM WSHR-4-40 X 75 PNH STI TflRX nR 


01536 


ORDER BY DESCR 










END ATTACHING PARTS 






-9 


259-0025-04 




1 


FLEX CIRCUIT: 


80009 


259-0025-04 


-10 


377-0413-00 




10 


INSERT KNOB-0 055 in X 37 Of) X S?1 PM 


80009 


377-0413-00 


-11 






13 


RES VAR NONWW-fSEE A6R3007 THRU R3019 REPLl 














ATTACHING PARTS 






-12 


210-0590-00 




13 


NUT PLAIN HEX-0 375-3? X 438 RRS CD PI 


73743 


28269-402 


-13 


210-0012-00 




13 


WASHER LOCK-0 384 ID INTI 0?? THK STI 


09772 


ORDER BY DESCR 










END ATTACHING PARTS 






-14 


384-1684-01 




1 


CIRCUIT BD ASSY' FRONT PANELtSEE A6A1 REPLl 






-15 




2 


.SHAFT, VARIABLE: 2. 16 L, POLYCARBONATE 


80009 


384-1684-01 


-16 


384-1683-01 


B010100 B016390 


1 


.SHAFT, VARIABLES. 36 L, POLYCARBONATE 


80009 


384-1683-01 




384-1683-01 


B016391 


1 


.SHAFT, VARIABLES. 36 L ', POLYCARBONATE 


80009 


384-1683-01 


-17 


366-1516-00 




19 


.PUSH BUTTON: IVORY GRAY, 0.3 X 0.665 H,SQ 


80009 


366-1516-00 


-17.1 


366-1516-01 




1 


.PUSH BUTTON: LEGEND ORANGE, 0.3 X 0.655 H SQ 


80009 


366-1516-01 


-18 


366-1538-00 




10 


.PUSH BUTTON: IVORY GRAY, 0.3 X 0.665 H,RND 


80009 


366-1538-00 


-19 


354-0669-00 




1 


.RING, RETAINING:CRESENL0. 438 0D 


80009 


354-0669-00 


-20 


214-3824-01 




1 


.ACTUAT0R,SWITCH:TIME PER DIV 


80009 


214-3824-01 


-21 


377-0412-01 




1 


. INSERT, KN0B:0. 182 X 0.5 X 0.393,P0LYCARB 


80009 


377-0412-01 


-22 


210-0590-00 




1 


.NUT, PLAIN, HEX:0. 375-32 X 0.438 BRS CD PL 


73743 


28269-402 


-23 


210-0012-00 




1 


.WASHER, L0CK:0. 384 ID, INTL, 0.022 THK, STL 


09772 


ORDER BY DESCR 


-24 


214-3373-00 




1 


. SPRING, GROUND: PHOSPHOR-BRONZE 


80009 


214-3373-00 


-25 


210-0590-00 




2 


.NUT, PLAIN, HEX: 0.375-32 X 0.438 BRS CO PL 


73743 


28269-402 


-26 


210-0012-00 




2 


.WASHER, LOCK:0.384 ID, INTL, 0.022 THK, STL 


09772 


ORDER BY DESCR 


-27 


214-3373-00 




2 


.SPRING, GROUND : PHOSPHOR-BRONZE 


80009 


214-3373-00 


-28 






1 


.CA ASSY,SP,ELEC:20,28 AWG,11.0 L 














.(SEE A6A1W652 REPL) 






-29 


351-0750-01 




1 


GUIDE, SWITCH:ABS, BLACK 


TK1163 


ORDER BY DESCR 


-30 


354-0655-01 




1 


RIN6,M0UNTING:FR PNL,4.16 X 6.065,BRASS 


TK2278 


ORDER BY DESCR 


-31 


333-3554-00 




1 


PANEL, FRONT: 


22670 


ORDER BY DESCR 










(STANDARD) 








333-3555-00 




1 


PANEL, FRONT: 


22670 


ORDER BY DESCR 



(OPTIONS 05) 
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2465B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index 

No. 


Tektronix 
Part No. 


Serial /Asssribly No. 
Effective Dscont 


Qty 


lto4b Nane « uescription 


Mfr 
m i . 


Mfr Part No 

rll 1.1 Vjll tr 


3-1 


407-2790-02 


B010100 B014454 


1 


BRACKET, CKT BD:VERTICAL, ALUMINUM 


TK1592 


ORDER BY DESCR 


407-2790-03 


B014455 


1 


BRACKET, CKT BD: ALUMINUM 


TK2278 


ORDER BY DESCR 










ATTACHING PARTS 






-2 


211-0711-00 




3 


SCR.ASSEM WSHR:6-32 X 0.25,PNH,STL,TORX,T15 


01536 


ORDER BY DESCR 


-2.1 


211-0711-00 




1 


SCR.ASSEM WSHR:6-32 X 0.25,PNH,STL,TORX,T15 


01536 


ORDER BY DESCR 


-3 


211-0747-00 


B010100 B014454 


2 


SCREW,MACHINE:6-32 X 0.188,PNH,STL 


73439 


ORDER BY DESCR 




211-0747-00 


B014455 


1 


SCREW,MACHINE:6-32 X 0.188,PNH,STL 


73439 


ORDER BY DESCR 










END ATTACHING PARTS 






-4 


343-1012-00 




2 


RETAINER, CKT BD: POLYCARBONATE 


80009 


343-1012-00 


-5 


426-1864-01 




1 


FRAME, CRT: 


TK1169 


ORDER BY DESCR 










ATTACHING PARTS 




ORDER BY DESCR 


-6 


211-0713-00 




4 


SCREW, MACHINE.-6-32 X 1.25,FLH,100 DEG.STL 


83385 


-7 


213-0978-00 




6 


SCREW, TPG.TR: 6-32 X 0.5,FLH,100DEG,STL 


80009 


213-0978-00 










END ATTACHING PARTS 






-8 


343-0992-00 




2 


RETAINER, CRT:CLEAR, PLASTIC 


80009 


343-0992-00 










(UPPER RT/L0WER LEFT/NAT) 




343-0993-00 


-9 


343-0993-00 




2 


RETAI NER , CRT : BLACK , PLASTI C 


80009 










(UPPER LEFT/ LOWER RT/BLK) 




348-0731-01 


-10 


348-0731-01 




1 


GASKET : CRT , POLYETHYLENE 


80009 


-11 


378-0204-00 




1 


REFLECTOR, LIGHT: INT SCALE ILLUMINATION 


80009 


378-0204-00 


-12 






1 


CKT BOARD ASSY:SCALE ILLUM (SEE A8 REPL) 






-13 


386-4728-01 




1 


SUBPANEL, FRONT: 


80009 


386-4728-01 


-14 


348-0792-01 




1 


GASKET: ELECTRICAL SHIELD, 34.0 L 


64411 


28062000 


-15 


175-4593-01 




1 


CA ASSY,SP,ELEC:2,22 AWG,3.5 L, RIBBON 


80009 


175-4593-01 










(SUBPART OF A8 BOARD) 




386-4713-02 


-16 


386-4713-02 




1 


PLATE, REAR: POWER SUPPLY 


80009 










ATTACHING PARTS 






-17 


211-0711-00 




5 


SCR.ASSEM WSHR:6-32 X 0.25,PNH,STL,T0RX,T15 


01536 


ORDER BY DESCR 










END ATTACHING PARTS 








334-3379-00 




1 


MARKER, I DENT: MARKED GROUND SYMBOL 


07416 


ORDER BY DESCR 


-18 


195-3984-00 




1 


LEAD, ELECTRICAL:22 AW6,4.0 L.8-01 


80009 


195-3984-00 


-19 


334-6652-00 




1 


MARKER, IDENT:MKD CAUTION BATTERY 


80009 


334-6652-00 


-20 


211-0304-00 


B010100 B049999 


2 


SCR.ASSEM WSHR:4-40 X 0.312, PNH, STL, T9 TORX 


01536 


ORDER BY DESCR 


-21 


386-4863-00 


B010100 B049999 


1 


SUPPORT, CKT BD: 


80009 


386-4863-00 


-22 


378-0275-00 




1 


DEFLECTOR ,AI R : ALUMINUM 


80009 


378-0275-00 










ATTACHING PARTS 






-23 


211-0711-00 




1 


SCR.ASSEM WSHR:6-32 X 0.25, PNH, STL, TORX. T15 


01536 


ORDER BY DESCR 










END ATTACHING PARTS 






-24 


119-2102-00 




1 


FAN , TUBEAXI AL : 12V , 1 . 5W , 3200RPM , 24CFM 


TK1328 


119-2102-00 


-25 


337-3021-01 




1 


SHIELD, ELEC:LVPS PEOPLE 


80009 


337-3021-01 










ATTACHING PARTS 






-26 


211-0711-00 




2 


SCR.ASSEM WSHR:6-32 X 0.25, PNH, STL, TORX, T15 


01536 


ORDER BY DESCR 










END ATTACHING PARTS 






-27 


334-5196-00 




1 


MARKER, IDENT:MKD CAUTION 


80009 


334-5196-00 










(STANDARD, OPTIONS 05,06,09,10) 






-28 


200-2264-00 




1 


CAP , FUSEHOLDER : 3AG FUSES 


S3629 


FEK 031 1666 


-29 


204-0832-00 




1 


BODY , FUSEHOLDER: 3AG & 5 X 20MM FUSES 


TKD861 


031 1673 


-30 


200-0237-04 




1 


COVER,FUHLR:PLASTIC 


80009 


200-0237-04 


-31 


195-3986-00 




1 


LEAD, ELECTRICAL: 18 AWG,4.0 L,8-0 


80009 


195-3986-00 










ATTACHING PARTS 






-32 


210-0457-00 




1 


NUT.PL.ASSEM WA:6-32 X 0.312, STL CD PL 


78189 


511-061800-00 










END ATTACHING PARTS 














OPTION 11 PARTS INCLUDE: 






-33 


175-6044-01 




2 


.CA ASSY,SP,ELEC:4.26 AWG.6.0 L, RIBBON 


80009 


175-6044-01 










.{TO A2J201.A2J202) 




ORDER BY DESCR 


-34 


210-0012-00 




2 


.WASHER, LOCK: 0.384 ID, INTL, 0.022 THK.STL 


09772 


-35 


210-0978-00 




2 


.WASHER,FLAT:0.375 ID X 0.5 OD X 0.024, STL 


12327 


ORDER BY DESCR 


-36 


386-5052-00 




1 


.PLATE, ADAPTER: PROBE POWER, ALUMINUM 


80009 


386-5052-00 


334-1529-01 




1 


PLATE, IDENT: BLANK 


80009 


334-1529-01 


-37 


119-1536-00 




1 


FI LTER, RFI : 3A , 250VAC , 50/60HZ 


54583 


ZUB2203-00 










ATTACHING PARTS 






-38 


211-0332-00 




2 


SCR.ASSEM WSHR:4-40 X 0.5, PNH, STL, T9 


01536 


ORDER BY DESCR 


-39 


210-0586-00 




2 


NUT.PL.ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 










END ATTACHING PARTS 






-40 


195-3989-00 




1 


LEAD, ELECTRICAL: 18 AWG.4.0 L,8-9 


80009 


195-3989-00 


-41 


195-3990-00 




1 


LEAD, ELECTRICAL: 18 AWG.4.5 L.5-4 


80009 


195-3990-00 


-42 


211-0304-00 




2 


SCR.ASSEM WSHR:4-40 X 0.312, PNH, STL, T9 TORX 


01536 


ORDER BY DESCR 


-43 


210-0586-00 




2 


NUT.PL.ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 
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2465B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index Tektronix Serial /Assenfoly No. Mfr. 



to. 


Part No. 


Effective Dscont 


Qty 


12345 Name & Description 


Code 


Mfr. Part No. 


3-44 






1 


SWITCH, SLIDE :DPDT (SEE S90 REPL) 






A C 

-4b 


1 n c ~jno7 nn 




1 


i r" a a r~i r~A tm tmi o a ai ia a a f a i a 

LEAD, ELECTRICAL: 22 AWG.2.5 L.8-19 


A AAAA 

80009 


1AA AAA"/ AA 

195-3987-00 




mc onoo nn 

iyb-oyyo-uu 




1 


1 f~ A A r*l r/^TH T n n 1 AA AI (A A A 1 A AA 

LEAD,ELECTRICAL:22 AWG,4.0 L,8-29 


80009 


195-3988-00 


-4o 






4 


in it ni atm ivplIl iai f n nti 1 itti i in 1 ai a m n_i/^\ 

NUT, PLAIN, KNURL : (FURN WITH 131-1910-01 BNC; 






A 7 

-4/ 






4 


1 II A 1 If™ A 1 AAiy f f~l 1AM 1 fTTI 1 111 1 A 1 A AI AMA ' A 1 

WASHER, LOCK: (FURN WITH 131-1910-01 BNC S) 






AQ 

-4o 


i 01 mm m 




4 


AAMM AA AT l~l r"A AFkIA r™f" 1IA J 1™ 

CONN , RCPT , ELEC : BNC , FEMALE 


24931 


28JR284-1 


ACt 


onn oeoe- nn 




1 


nni ir"A nrun a at 

COVER, REAR:CRT 


80009 


200-2686-00 










ATT A /"H IT MA AA ATA 

ATTACHING PARTS 






cn 

-bu 


211-0711-00 




3 


SCR.ASSEM WSHR:6-32 X 0.25,PNH,STL,T0RX,T15 


01536 


ORDER BY DESCR 










r™i,IA ATTIAI ITMA AAATA 

END ATTACHING PARTS 






-51 


195-8410-00 




1 


LEAD, ELECTRICAL: 22 AWG.1.65 L 


80009 


195-8410-00 










ATTACHING PARTS 






-52 


210-0551-00 




1 


NUT .PLAIN, HEX: 4-40 X 0.25, ST CD PL 


TK0435 ORDER BY DESCR 










END ATTACHING PARTS 






-53 


1 Ar - aa i ^ aa 

195-9513-00 




1 


LEAD, ELECTRICAL: 22 AWG,1.4 L, 


80009 


195-9513-00 










ATTACHING PARTS 






-54 


oiA Aror AA 

210-0586-00 




1 


NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 










l—ll A ATT A Ai If HI A A A ATA 

END ATTACHING PARTS 






-55 


AAA mrn aa 

344-0250-00 




1 


A AT i T 1 1 r" A AAA A r" ATA ATm 

RETAINER, CAP. :0. 5 DIA, STEEL 


80033 


E50005-007 










ATTAAI ITMA AAATA 

ATTACHING PARTS 






-DO 


oi 1 A7»7 aa 
21i-U/4/-Uu 




1 


OAnn i iJAAiiTnir" a ao v a 100 run i pti 

SCREW, MACHINE:6-32 X 0. 188, PNH.STL 


73439 


ORDER BY DESCR 










run att a put ni" rmnio 
E_N0 Al r ACHING PARIS 






C7 
-3/ 






1 


daccti/c urn irini/ - . /err a 1 nrrni A 
KAbblVh NtiWUKK.: {btt AI_> KcHLJ 














ATTAPU T Mi" DA DTC 

AI lAuunb rAKIb 






-DO 


211-U3U4-UU 




o 

I 


cm acccij ifcuD./i An v n 010 n*iu cti Tn Tnsnv 
bLK r Abbhr1 WbnK:4-4U a U.oi£ r l-TJri r bll_, 19 IUKX 


01536 


ORDER BY DESCR 




01 A A/I C7 AA 




2 


mi it ni acccm 1 (A . c 00 v n 1 cti nr\ ni 

NUT,PL,ASSEM WA:6-32 X 0.312, STL CD PL 


78189 


511-061800-00 










f— miA. ATTAAIITMA Aft ATA 

END ATTACHING PARTS 






-bU 


y1A7 OQAA AA 




1 


DnAriTT Ah^l C.DCCTCTAD AI 

BRACKh i , ANGL t : Ktb 1 b 1 UK , AL 


80009 


407-2809-00 










ATTACHING PARTS 






-61 


A1 A rtPrt^ AA 

210-0583-00 




2 


NUT, PLAIN, HEX:0. 25-32 X 0.312,BRS CD PL 


73743 


2X-20319-402 










END ATTACHING PARTS 








AAA "lAA* A A 

334-1951-00 




1 


MARKER, I DENT :MKD WARNING, CRT VOLTAGES 


22670 


ORDER BY DESCR 


-62 


337-2931-01 




1 


SHIELD, CRT: 


TK1285 


337-2931-01 










ATTACHING PARTS 






-63 


211-0337-00 




4 


SCREW,MACHINE:4-40 X 0.25,PNH,SST 


01536 


ORDER BY DESCR 










END ATTACHING PARTS 






-64 


200-0917-01 




1 


COVER, CRT SKT:2.052 0D X 0.291 H, PLASTIC 


80009 


200-0917-01 


-65 






1 


WIRE SET, ELEC :W/CRT S0CKET(SEE A9P900,W900) 






-66 


01 A A^A-1 A A 

214-0291-00 




2 


CONTACT, ELEC: CRT CONNECTOR ,CU BE SIL PL 


04811 


ORDER BY DESCR 










ATTACHING PARTS 






C7 
-0/ 


oil no o a nn 




2 


AAA (AArii 1 IAI IA A AA V A 1 AA AMI 1 TA TAIW AA 

SCR,ASSEM WSHR:4-40 X 0.188,PNH,T9 T0RX DR 


01536 


829-06780-024 


00 


oi n ncoc rv\ 
diU-Ubob-UU 




2 


mrr ni iirrru i in a Art v a at ati aa ai 

NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 










I - HIA ATT A AI IT MA A A nTA 

END ATTACHING PARTS 






KQ 

oa 






1 


nnTi Tt idc nrn /f>rr i aa nrni ^ 

COIL, TUBE DEFL: (SEE L90 REPL) 






-/u 


o/io mco nn 




1 


A A/\i. 11 J AT Ai AATTA L 1 A Tr IA A 1 AAIILIA A AA T A 

GR0MMET, PLASTIC: NATURAL, ROUND, 0.54 ID 


TK1302 


ORDER BY DESCR 


-71 


1QC CQC1 m 




1 


LEAD, ELECTRICAL: BRAIDED, 1.65 L 


80009 


195-6851-01 










ATTACHING PARTS 






70 

-/<_ 


oil noo7 nn 




2 


Afn n J kJAAl ITMr* A AA \y A AA AMI 1 AAT 

SCREW, MACHINE:4-40 X 0.25,PNH;SST 


01536 


ORDER BY DESCR 


-73 


A1 A nrn aa 

210-0551-00 




2 


NUT, PLAIN, HEX: 4-40 X 0.25, ST CD PL 


TK0435 


ORDER BY DESCR 










END ATTACHING PARTS 






-74 






1 


CKT BD ASSY: DYNAMIC CENTERING (SEE A14) 














ATTACHING PARTS 






-75 


361-0067-00 




3 


SPACER.CKT BD:0. 187, NYLON 


06915 


LCBS3M 










END ATTACHING PARTS 














CIRCUIT BD ASSY INCLUDES: 






-76 






5 


.TEMINAL.PIN: (SEE A14J141 REPL) 






-77 


175-4596-00 




1 


CA ASSY,SP,ELEC:5,22 AWG.7.0 L, RIBBON 


80009 


175-4596-00 


7S) 


A7C7 AA 

o4o-U/b/-UU 






bKUMMtr,PLASUL:bLALK,U SHAPE, 0. 25 ID 


80009 


348-0757-00 


-79 


343-0081-00 






STRAP, RETAINING:0. 125 DIA, NYLON 


85480 


CPNY-172BK 










ATTACHING PARTS 






-80 


210-0457-00 






NUT,PL,ASSEM WA:6-32 X 0.312, STL CD PL 


78189 


511-061800-00 










END ATTACHING PARTS 






-81 


348-0763-00 






GR0MMET, PLASTIC: NATURAL, OVAL, 1.235 ID 


TK2165 


ORDER BY DESCR 


-82 


348-0751-00 






GR0MMET, PLASTIC: NATURAL, 3. 11 X 0.645 OBLONG 


TK1170 


ORDER BY DESCR 


-83 


343-1012-00 






RETAI NER , CKT BD : POLYCARBONATE 


80009 


343-1012-00 


-84 


441-1618-02 


B010100 B049999 




CHASSIS, SCOPE: 


80009 


441-1618-02 




441-1896-00 


B050000 




CHASSIS, SC0PE:MAIN ASSY,AL,W/HARDWARE 


80009 


441-1896-00 


-85 


337-3438-00 






SHIELD, ELEC:AN0DE LEAD 


80009 


337-3438-00 
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2465B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index Tektronix Serial /Assembly No. Mfr. 

Ho. Part No. Effective Dscont Qty 12345 Items & Description Code Hfr. Part No. 



3- ATTACHING PARTS 

-86 211-0747-00 2 SCREW, MACHINE: 6-32 X 0.188,PNH,STL 73439 ORDER BY DESCR 

END ATTACHING PARTS 
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2465B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index Tektronix 
No. Part No. 



Serial /Assent)] y No. 
Effective Dscont 



Qty 12345 Name & Description 



Mfr. 

Code Hfr. Part No. 



4-1 
-2 
-3 
-4 



337-2932-01 
211-0304-00 

361-1188-00 



344-0329-00 

5 

-6 

-7 352-0661-00 

-8 

-9 

-10 131-0608-00 B010100 

-11 

-12 B010100 

B050000 



B049999 
B049999 



1 SHI ELD r ELEC : HIGH VOLTAGE 

ATTACHING PARTS 
4 SCR,ASSEM WSHR:4-40 X 0.312, PNH, STL, T9 T0RX 

END ATTACHING PARTS 

1 (XT BOARD ASSY: HIGH VOLTAGE (SEE A9 REPL) 

ATTACHING PARTS 
4 SPACER, POST: 1.15 L.4-40 THD ONE END, STL 
END ATTACHING PARTS 
CIRCUIT BD ASSY INCLUDES: 

2 XLIP,ELECTRICAL:FUSE,5.2 X 20MM.BRZ TIN PL 
1 . HEADER ,MICROCKT: (SEE A9P191 REPL) 

14 .TERMINAL, PIN: (SEE A9J901 THRU J904 REPL) 
1 .HOLDER, TERMINAL: 17 SQUARE PINS 
1 OCT BOARD ASSY: READOUT (SEE A4 REPL) 
1 -CA ASSY, SP, ELEC: (SEE A4W411 ONLY) 
7 . TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 
1 CA ASSY,SP,ELEC: (SEE A5W511 REPL) 
1 CA ASSY, SP, ELEC: (SEE A5W512 REPL) 
1 (XT BOARD ASSY: DIGITAL CONTROL (SEE A5 REPL) 
1 CKT BD ASSY:CONT/READOUT/BUFF (SEE A5 REPL) 
ATTACHING PARTS 



80009 337-2932-01 

01536 ORDER BY DESCR 

80009 361-1188-00 

S3629 OG 751.0052 

80009 352-0661-00 

22526 48283-036 



1 

-13 


a 1 1 m 1 1 a a 

211-0711-00 






5 


SCR.ASSEM WSHR:6-32 X 0.25, PNH, STL, T0RXJ15 


01536 


ORDER BY DESCR 












END ATTACHING PARTS 
















CIRCUIT BD ASSY INCLUDES: 






-14 


OOP rnni aa 

3ob-5893-00 


A A l~ A AAA 

B050000 




5 


.SPACER, CKT BD:0.26 H,ACETAL 


80009 


386-5893-00 


111 a An aa 

131-3957-00 


B010100 


B049999 


2 


.BUS, CONDUCTOR: SHUNT ASSEMBLY, BLACK 


80009 


131-3957-00 


-15 




nni A1 AA 

B010100 


B049999 


10 


.TERMINAL, PIN: (SEE A5J501,J503,TP2070, 
















.TP2420,TP2421,TP2701 REPL) 






-lb 


1 oc mn aa 

136-0757-00 


nni ai aa 

B010100 


B049999 


1 


.SKT,PL-IN ELEK:MICR0CIRCUIT,40 DIP 


09922 


DILB40P-108 


-17 


Ida mrr aa 

136-0755-00 


B010100 


B049999 


2 


.SKT.PL-IN ELEK:MICR0CIRCUIT,28 DIP 


09922 


DILB28P-108 






B050000 




1 


.(SEE A5XU2360 REPL) 








334-4759-00 






1 


MARKER, I DENT :MKD SHIELDS INVERTER 


80009 


334-4759-00 


-18 


AA"*T AATA AA 

337-2978-00 






1 


SHI ELD, ELEC: LOW VOLTAGE POWER SUPPLY 


80009 


337-2978-00 












ATTACHING PARTS 






-19 


211-0304-00 






2 


SCR.ASSEM WSHR:4-40 X 0.312, PNH, STL, T9 T0RX 


01536 


ORDER BY DESCR 












END ATTACHING PARTS 






-20 


407-3436-00 






1 


BRKT.CMPNT MTG:CAP, TOP, ALUMINUM 


80009 


407-3436-00 




407-2830-01 






1 


BRKT.CMPNT MTG:CAP. & MOTOR, LEFT .PLASTIC 


80009 


407-2830-01 


-21 


407-3437-00 








(OPTION 10 ONLY) 










1 


BRKT.CMPNT MTG: CAP .BOTTOM, PLASTIC 


80009 


407-3437-00 




407-2829-00 






1 


BRKT.CMPNT MTG:CAP.S MOTOR, RIGHT, PLASTIC 


80009 


407-2829-00 


-22 


407-2854-00 








(OPTION 10 ONLY) 










1 


BRACKET .ANGLE : TRANSI STOR, ALUMI NUM 


80009 


407-2854-00 












ATTACHING PARTS 






-23 


210-0586-00 






5 


NUT.PL.ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 


-24 










END ATTACHING PARTS 






129-0304-00 






1 


SPCR, POST: 1.265 L.4-40 ENDS, NYL, 0.25 OD 


TK0588 ORDER BY DESCR 


-25 


343-1025-00 






3 


RETAINER, XSTR: 


TK1154 ORDER BY DESCR 












ATTACHING PARTS 






-26 


210-0406-00 






3 


NUT, PLAIN, HEX: 4-40 X 0.188.BRS CD PL 


73743 


12161-50 












END ATTACHING PARTS 






-27 


342-0582-00 






3 


INSULATOR , PLATE: TRANSISTOR , CERAMIC 


80009 


342-0582-00 


-28 


195-6852-00 






1 


LEAD, ELECTRICAL: 18 AWG.2.375 L.8-4 


80009 


195-6852-00 












ATTACHING PARTS 






-29 


210-0586-00 






1 


NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 


-30 










END ATTACHING PARTS 






342-0354-00 






1 


INSULATOR , PLATE : TRANS I STOR 


55285 


7403-O9FR-52 


-31 










ATTACHING PARTS 






210-0586-00 






2 


NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 


-32 










END ATTACHING PARTS 






211-0711-00 






3 


SCR.ASSEM WSHR:6-32 X 0.25, PNH, STL, T0RX.T15 


01536 


ORDER BY DESCR 


-33 


129-0912-01 






1 


SPACER,POST:0.658 L.6-32 BOTH ENDS.AL 


80009 


129-0912-01 


-34 


195-9720-01 






1 


LEAD, ELECTRICAL: 18 AWG.2.4 L.O-N 


80009 


195-9720-01 


-35 


361-1536-00 


B050000 


B050687 


1 


SPACER, CKT BD:0.375 L, NYLON 


06915 


MSPM-6-01 




361-1536-01 


B050688 




1 


SPACER.CKT BD.-0.375 L, NYLON 


06915 


MSPM-6-01 


-36 










SUBPARTS OF A2A1 BOARD INCLUDE: 






407-2825-00 






1 


.CA ASSY. SP, ELEC: (SEE A2A1W251 REPL) 






-37 






1 


.BRACKET .ANGLE: TRANS I STOR MTG, ALUMINUM 


80009 


407-2825-00 
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2465B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index 

No. 



Tektronix 
Part Ho. 



Serial /Assembly No. 
Effective Dscont 



Qty 12345 Name & Description 



Mfr. 

Code Hfr. Part No. 



-38 
-39 

-40 

-41 
-42 
-43 



-65 
-66 
-67 

-68 

-69 
-70 

-71 

-72 



-73 
-74 



-75 
-76 

-77 
-78 
-79 
-80 



211-0337-00 
210-0586-00 

210-0406-00 
129-0230-00 
210-1307-00 
210-1002-00 



-44 342-0536-00 

-45 342-0354-00 

-46 361-1207-00 

-47 343-1067-01 

343- 1099-01 

344- 0329-00 
-48 

-49 200-2735-00 

-50 

-51 136-0263-07 

-52 

-53 129-0976-00 

-54 361-1132-01 B010100 
361-1132-01 B050000 

-55 337-3059-00 

-56 

-57 

-58 136-0263-07 

-59 131-0589-00 

-60 

-61 

-62 366-1767-00 

-63 407-2904-01 

-64 211-0718-00 



214-3328-00 
384-1631-00 
407-2800-00 

211-0711-00 

407-2803-00 

195-3985-00 
386-4735-01 

210-0586-00 
361-0382-00 

131-2716-01 
131-0679-02 B010100 
131-0679-13 B010121 

213-0006-00 



210- 0586-00 

211- 0304-00 
351-0677-01 



ATTACHING PARTS 
3 .SCREW,MACHINE:4-40 X 0.25,PNH,SST 

3 .NUT.PL.ASSEM WA:4-40 X 0.25,STL CD PL 

END ATTACHING PARTS 

5 .NUT, PLAIN, HEX: 4-40 X 0.188.BRS CD PL 

1 .SPACER, POST: 1.375 L.4-40 EA END, BRS, 0.188 

6 .WASHER, L0CK:0. 115 ID, SPLIT, 0.025 THK.SI BRZ 
6 .WASHER,FLAT:0.125 ID X 0.25 0D X 0.022,BRS 
6 .TRANSISTOR: (SEE A2Q1220,Q1240,Q1300,U1260, 

.U1330 REPL) 
6 .INSULATOR,XSTR:TO-220,POLYENELENE 
6 . I NSULATOR, PLATE : TRANS I STOR 

6 .SPACER, PLATE: 0.550 X 0.812.AL (XSTR) 

4 .RTNR.ELEC CONN : POLYCARBONATE, BLACK 

1 . RTNR , POWER SPLY : LOW VOLTAGE , FRONT , PC 

2 .CLIP .ELECTRICAL: FUSE, 5. 2 X 20MM,BRZ TIN PL 
1 OCT BOARD ASSY : REGULATOR(SEE A2A1 REPL) 

(AVAILABLE AS 672-1037-XX ONLY) 
1 .COVER.POWER SW: BLACK, POLYCARBONATE 
22 .TERMINAL, PIN: (SEE REPL FOR OCT NUMBERS) 
13 .SOCKET, PIN TERM:U/W 0.025 SQ PIN 
4 .TERM.QIK DISC: (SEE A2J204 THRU J207) 
1 SPACER, POST: 0.86 L X 6-32, POLYCARBONATE, 0.3 
B049999 4 SPACER, CKT BD:A POLYCARBONATE 

3 SPACER, CKT BD:A POLYCARBONATE 
1 SHIELD,ELEC:LVPS 

1 CKT BOARD ASSY:INVERTER(SEE A3 REPL) 

7 .TERMINAL, PIN: (SEE A3J301,J302 REPL) 
18 .SOCKET, PIN TERM:U/W 0.025 SQ PIN 

4 . TERMINAL, PIN:0.46 L X 0.025 SQ PH BRZ 
1 CA ASSY,SP,ELEC: (SEE A1W121 REPL) 

1 CA ASSY,SP,ELEC: (SEE A1W122 REPL) 
1 PUSH BUTTON : BLACK, YELLOW INDICATOR 
1 BRACKET, EXT SFT: POLYCARBONATE 

ATTACHING PARTS 
1 SCREW,MACHINE:6-32 X 0.312, FLH.100 DEG.STL 

END ATTACHING PARTS 
1 SPRING,HLCPS:0.37 OD X 0.7 L,CLE,SST 
1 EXTENSION SHAFT:12.897 L X 0.375 OD.PLSTC 
1 BRACKET, PIVOT: EXTENTION SHAFT, PLASTIC 

ATTACHING PARTS 
1 SCR.ASSEM WSHR:6-32 X 0.25, PNH, STL, T0RXJ15 

END ATTACHING PARTS 
1 BRACKET, PVT ARM: EXTENSION SHAFT, PLASTIC 
1 CKT BOARD ASSY:MAIN (SEE Al REPL) 
1 .LEAD, ELECTRICAL: 26 AWG.1.7 L.9-N 

1 . PLATE, CMPNT MTG:ALUMINUM 

ATTACHING PARTS 

2 .NUT.PL.ASSEM WA:4-40 X 0.25.STL CD PL 

2 .SPACER.PB SW:0.275 L, BROWN POLYCARBONATE 
END ATTACHING PARTS 

1 .TERMINAL, CAL: 

B010120 2 . CONN, RCPT,ELEC:BNC, FEMALE, 3 CONTACT 

2 . CONTACT , ELEC : 2 CONTACT , BNC 

ATTACHING PARTS 
2 .SETSCREW:8-32 X 0.188, STL 

END ATTACHING PARTS 
9 .MICRCCIRCUIT, LI: (SEE A1U700 SHOWN, 

.ALSO SEE A1U100, 200, 300, 400, 500, 600, 900 
.950 REPL) 

ATTACHING PARTS 
31 ,NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 

END ATTACHING PARTS 
2 .ATTENUATOR, VAR: (SEE A1A11.A1A12 REPL) 

ATTACHING PARTS 
4 .SCR.ASSEM WSHR:4-40 X 0.312, PNH, STL, T9 TORX 

END ATTACHING PARTS 
2 .GUIDE, MAG CATCH: BLACK, PLOYCARBONATE 



01536 ORDER BY DESpR 
78189 211-041800-00 

73743 12161-50 
TK2278 ORDER BY DESCR 
86928 A384-25N 
86928 5714-147-20N 



80009 342-0536-00 

55285 7403-09FR-52 

80009 361-1207-00 

80009 343-1067-01 

80009 343-1099-01 

S3629 OG 751.0052 



TK2165 ORDER BY DESCR 

22526 ORDER BY DESCR 

80009 129-0976-00 

80009 361-1132-01 

80009 361-1132-01 

80009 337-3059-00 



22526 ORDER BY DESCR 
22526 48283-029 



31918 
80009 



160597 
407-2904-01 



83486 ORDER BY DESCR 



91260 
80009 
80009 

01536 

80009 

80009 
80009 

78189 
80009 

80009 
24931 
80009 



ORDER BY DESCR 

384-1631-00 

407-2800-00 

ORDER BY DESCR 

407-2803-00 

195-3985-00 
386-4735-01 

211-041800-00 
361-0382-00 

131-2716-01 

28JR382-1 

131-0679-13 



50293 28701-98C-3B 

78189 211-041800-00 

01536 ORDER BY DESCR 

80009 351-0677-01 
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2465B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index 

No. 


Tektronix 
Part No. 


Serial /Assenfcly No. 
Effective Dscont 


Oty 


12345 Name & Description 


Hfr. 
Code 


Mfr. Part No. 


4- 


01 / oo7n nn 




3 


**>f"\iLiTA/ v "r' r~i rr^ pat t/i oi 11 hi r<i 1 nr m 1 fM "7iii ni 

.CONTACT, ELEC: CRT TO SHLD,CU-BE CU-SN-ZN PL 


TK2278 ORDER BY DESCR 










ATTACHING PAKIb 








011 rY30A nn 




3 


pcrj acc cu 1 icijn .a af\ v n 100 nnu ta tativ no 
.bLKpAbbEM WSHR:4-40 X 0. loo,rNn, la IUKX UK 


01536 


829-06780-024 










run ATTAPUTun dadtc 
tNU Al lALHlNb rAKlb 






01 
-81 


03 7 OnOI AA 




2 


puTn n ci en . nnc Run 
. bnl tLD , LLtt : rKt-AMr 


80009 


337-3031-00 










Al lAUHlNb PAKI b 






00 
-ac 


011 n*3 /i nn 




2 


enn acc cm i fcun .a Af\ v n ioo dmu Tn Tnov no 
.blK.AbbtM WbnK: 4~4U a O.loo.rNnjy IUKa UK 


01536 


829-06780-024 










run ATTAnuTkin dadtc 
tNU Al lALHlNb rAKlb 






-00 






5 


cdapco oncT.n ocn i a An tudi i cti n oc urv 
.orALtK r rUbl ru.ooU L,4-4U IHKU r blL,U.£b McA 


80009 


129-0985-00 


-04 


1 n n/ino nn 




(1 


.WAbntK, LULn:?t4 LaI r U.Ulo I HK r b I L 


78189 


1104-00-00-0541C 


or 
-03 






1 


UCAT C TWI^" VCTD.Tn QO C\\ DC m Dl 

.HtAI iliiK f AblK: lU-y^fLU Dt L-U rl_ 


80009 


214-0973-00 










ATTAPUTkir DADTC 

Al lAUIiNb rAKIb 






-P.P, 
OD 


?in_ncoc nn 





c 


Ml rr pi flCCFM UA-A-Afi X ft 9^ ^Ti m PI 


78189 


211-041800-00 










END ATTACHING PARTS 






-87 


136-0252-07 




32 


.SOCKET.PIN C0NN:W/0 DIMPLE 


22526 


75060-012 




136-0727-00 




1 


.SKT,PL-IN ELEK:MICR0CKT,8 CONTACT 


09922 


DILB8P-108 




136-0729-00 




1 


.SKT,PL-IN ELEK:MICR0CKT,16 CONTACT 


09922 


DILB16P-108T 


-88 


131-3957-00 




6 


. BUS , CONDUCTOR : SHUNT ASSEMBLY, BLACK 


80009 


131-3957-00 


-89 






22 


.TERMINAL, PIN: (SEE REPL FOR CKT NUMBERS) 








344-0412-00 




1 


XLIP,SR0UND:C CLIP.BE-CU 


80009 


344-0412-00 


-90 


343-0088-00 




1 


XLAMP,CABLE:0.062 DIA, PLASTIC 


80009 


343-0088-00 
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2465B Replaceable Mechanical Parts 
24B5B/2467B Service 



Fig. & 

Index Tektronix Serial /Assembly No. Mfr. 

No. Part No. Effective Dscont Qty 12345 Name & Description Code Mfr. Part No. 

5- 

STANDARD ACCESSORIES 



-1 


1 fi A1 Ail rif 

161-0104-06 


1 


CABLE ASSY,PWR,:3 X 0.75MM SQ, 220V, 98.0 L 


S3109 


ORDER BY DESCR 








(OPTION Al - EUROPEAN) 






-2 


1 A! A1 A A rtO 

161-0104-08 


1 


CABLE ASSY,PWR,:3,18 AWG,240V,98.0 L 


70903 


ORDER BY DESCR 








(OPTION A4 - NORTH AMERICAN) 






-3 


161-0104-07 


1 


CABLE ASSY,PWR,:3 X 0.75MM SQ, 240V, 98.0 L 


TK1373 A25UK-RA 








(OPTION A2 - UNITED KINGDOM) 






-4 


161-0167-00 


1 


CABLE ASSY,PWR,:3.0 X 0.75,6A,240V,2.5M L 


S3109 


ORDER BY DESCR 








(OPTION A5 - SWITZERLAND) 






-5 


161-0104-05 


1 


CABLE ASSY,PWR,:3,18 AWG,240V,98.0 L 


S3109 


ORDER BY DESCR 








(OPTION A3 - AUSTRALIAN) 






-6 


134-0016-01 


1 


ADAPTER , CONN : BANANA W/BINDING POST 


TK2278 ORDER BY DESCR 


-7 


159-0021-00 


1 


FUSE , CARTRI DGE : 3AG , 2A, 250V , FAST BLOW 


71400 


AGC-CW-2 


-8 


378-0208-00 


1 


FI LTER , LT , CRT : CLEAR , 4 . 1 05 X 3.415, POLYCARB 


80009 


378-0208-00 


-9 




1 


ACCESSORY ASSY:TW0 P6137 PROBES W/ACCESS 






-10 


016-0537-00 


1 


P0UCH,ACCESS0RY:6 IN X 9 IN W/ZIPPER 


05006 


ZIP-6X9ID 


-11 


200-3199-01 


1 


COVER, FRONT :ABS 


TK2165 ORDER BY DESCR 


-12 


OOC AOACi AA 

386-4849-00 


1 


PLATE, MOuNTING:ACCESSORY POUCH, ALUMINUM 


80009 


386-4849-00 


-13 


A1 A AAAO AA 

016-0692-00 


1 


POUCH, ACCESSORY: 


80009 


016-0692-00 


1 A 

-14 


Ibl-UJLtW-UlJ 


1 


UABLt ASST,HWK,:o WlKt.yo.u L,W/KIANfa LUNN 


16428 


CH8352, FH-8352 


-15 


343-0003-00 


1 


CLAMP, LOOP: 0.25 ID, PLASTIC 


06915 


E4 CLEAR ROUND 


-16 


210-0363-00 


1 


WSHR.LOOP CLAMP:0.091 ID U/W 0.5 W CLP,STL 


95987 


C191 


-17 


211-0722-00 


1 


SCREW,MACHINE:6-32 X 0.25,PNH,STL 


80009 


211-0722-00 




070-5859-01 


1 


SHEET, TECHNICAL: I NSTR, 2400 SERIES 


80009 


070-5859-01 




070-6282-00 


1 


MANUAL, TECH: I NTFC GUIDE,2445/67 OPT 10 


80009 


070-6282-00 




070-6860-00 


1 


MANUAL , TECH : OPERATORS , 24X5B/2467B 


80009 


070-6860-00 








OPTIONAL ACCESSORIES 








016-0720-00 


1 


COVER, PROT: NYLON 


80009 


016-0720-00 




016-0825-01 


1 


RACK MOUNT KIT: 2430/2445A/2465A/2467 


80009 


016-0825-01 




070-6863-00 


1 


MANUAL , TECH : SERV ICE , 2465B/2467B 


80009 


070-6863-00 




346-0199-00 


1 


STRAP, CARRYING:MKD TEKTRONIX 


80009 


346-0199-00 
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REV JAN 1989 



2465B ILLUSTRATIONS 
2465B/2467B SERVICE 




2465B ILLUSTRATIONS 
2465B/2467B SERVICE 



5"V "AR 1989 




REV MAR 1989 



2465B ILLUSTRATIONS 
2465B/2467B SERVICE 




2465B ILLUSTRATIONS 
2465B/2467B SERVICE 



REV MAR 1989 



Section 12 - Z465B/2467B Service 



REPLACEABLE 
MECHANICAL PARTS 



PARTS ORDERING INFORMATION 

Replacement parts are available from or through your lo- 
cal Tektronix, Inc. Field Office or representative. 

Changes to Tektronix instruments are sometimes made 
to accommodate improved components as they become 
available, and to give you the benefit of the latest circuit im- 
provements developed in our engineering department. It is 
therefore important, when ordering parts, to include the fol- 
lowing information in your order: Part number, instrument 
type or number, serial number, and modification number if 
applicable. 

If a part you have ordered has been replaced with a new 
or improved part, your local Tektronix, Inc. Field Office or 
representative will contact you concerning any change in 
part number. 

Change information, if any, is located at the rear of this 
manual. 

ITEM NAME 

In the Parts List, an item Name is separated from the 
description by a colon(:). Because of space limitations, an 
Item Name may sometimes appear as incomplete. For fur- 
ther Item Name identification, the U.S. Federal Cataloging 
Handbook H6-1 can be utilized where possible. 

FIGURE AND INDEX NUMBERS 

Items in this section are referenced by figure and index 
numbers to the illustrations. 



INDENTATION SYSTEM 

This mechanical parts list is indented to indicate item re- 
lationships. Following is an example of the indentation sys- 
tem used in the description column. 

1 2 3 4 5 Name & Description 

Assembly and/or Component 

Attaching parts for Assembly and/or Component 

END ATTACHING PARTS 

Detail Part of Assembly and/or Component 
Attaching parts for Detail Part 

END ATTACHING PARTS 
Parts of Detail Part 

Attaching parts for Parts of Detail Part 
END ATTACHING PARTS 

Attaching Parts always appear in the same indentation 
as the item it mounts, while the detail parts are indented to 
the right. Indented items are part of, and included with, the 
next higher indentation. 

Attaching parts must be purchased separately, un- 
less otherwise specified. 

ABBREVIATIONS 

Abbreviations conform to American National Standards 
Institute Yl.l 
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2467B Replaceable Mechanical Parts 
2465B/2467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Mfr. 
Code 



Manufacturer 



Address 



City. State. Zip Code 



01121 ALLEN-BRADLEY CO 
01536 TEXTRON INC 

CAMCAR DIV 

SEMS PRODUCTS UNIT 
05006 20TH CENTURY PLASTICS INC 

06915 RICHC0 PLASTIC CO 

07416 NELSON NAME PLATE CO 

09772 WEST COAST L0CKWASHER CO INC 

09922 BURNDY CORP 
12327 FREEWAY CORP 
13103 THERMALLOY CO INC 

16428 COOPER BELDEN ELECTRONIC WIRE AND CA 
SUB OF COOPER INDUSTRIES INC 

22526 DU PONT E I DE NEMOURS AND CO INC 
DU PONT CONNECTOR SYSTEMS 
DIV MILITARY PRODUCTS GROUP 

22670 G M NAMEPLATE INC 

24931 SPECIALTY CONNECTOR CO INC 

31918 ITT SCHADOW INC 
50293 GENERAL ELECTRIC CO 

ENGINEERING DEPT 
54583 TDK ELECTRONICS CORP 
55285 BERGQUIST CO INC THE 
64411 EMC SHIELDING 

DIV OF TECH-ETCH INC 
70903 COOPER BELDEN ELECTRONICS WIRE AND C 

SUB OF COOPER INDUSTRIES INC 
71400 BUSSMANN 

DIV OF COOPER INDUSTRIES INC 
73439 AMSCO PRODUCTS 

CAMCAR DIV TEXTRON INC 
73743 FISCHER SPECIAL MFG CO 
77900 ILLINOIS TOOL WORKS 

SHAKEPROOF DIV 
78189 ILLINOIS TOOL WORKS INC 

SHAKEPROOF DIV 
80009 TEKTRONIX INC 

80033 MICRODOT MFG INC 

PRESTOLE EVERLOCK DIV 
82389 SWITCHCRAFT INC 

SUB OF RAYTHEON CO 
83385 MICRODOT MFG INC 

GREER-CENTRAL DIV 
83486 ELCO INDUSTRIES INC 
85480 BRADY W H CO 

CORP H Q 

INDUSTRIAL PRODUCTS DIV 
86928 SEASTROM MFG CO INC 
91260 CONNOR SPRING AND MFG CO 

A SLOSS AND BRITTAN INC CO 
93907 TEXTRON INC 

CAMCAR DIV 
95987 BRADY/WECKESSER MFG CO 
S3109 FELLER 

S3629 SCHURTER AG H 

C/0 PANEL COMPONENTS CORP 
TK0060 WRIGHT ENGINEERED PLASTICS INC 
TK0435 LEWIS SCREW CO 
TK0588 UNIVERSAL PRECISION PRODUCTS 
TK0861 H SCHURTER AG DIST PANEL COMPONENTS 



1201 S 2ND ST 

1818 CHRISTINA ST 

3628 CRENSHAW BLVD 

PO BOX 30231 

5825 N TRIPP AVE 

3191 CASITAS 

16730 E JOHNSON DRIVE 

P BOX 3588 

RICHARDS AVE 

9301 ALLEN DR 

2021 W VALLEY VIEW LN 

PO BOX 810839 

NW N ST 

515 FISHING CREEK RD 



2040 15TH AVE WEST 
2100 EARLYWOOD DR 
PO BOX 547 
8081 WALLACE RD 



12 HARBOR PARK DR 

5300 EDINA INDUSTRIAL BLVD 

7341 ANACONDA AVE 

2000 S BATAVIA AVE 

114 OLD STATE RD 
PO BOX 14460 
345 E MARSHALL ST 

111 INDUSTRIAL RD 
ST CHARLES RD 

ST CHARLES ROAD 

14150 SW KARL BRAUN DR 

PO BOX 500 

1345 MIAMI ST 

P BOX 278 

5555 N ELSTRON AVE 

3221 W BIG BEAVER RD 

1101 SAMUELSON RD 
2221 W CAMDEN RD 
PO BOX 2131 

701 SONORA AVE 
1729 JUNCTION AVE 

600 18TH AVE 

4444 WEST IRVING PARK RD 
ASA ADOLF AG STOTZWEID 
CH8810 

2015 SECOND STREET 

10350 OLD REDWOOD HWY 
4300 S RACINE AVE 
1775 NW 216TH 
2015 SECOND STREET 



MILWAUKEE WI 53204-2410 
ROCKFORD IL 61108 



LOS ANGELES CA 90030 

CHICAGO IL 60646-6013 
LOS ANGELES CA 90039-2410 
CITY OF INDUSTRY CA 91744 

NORWALK CT 06852 
CLEVELAND OH 44125-4632 
DALLAS TX 75381 

RICHMOND IN 47374 

NEW CUMBERLAND PA 17070-3007 

SEATTLE WA 98119-2728 
FRANKLIN IN 46131 

EDEN PRAIRIE MN 55344-2224 
SCHENECTADY NY 

PORT WASHINGTON NY 11550 
MINNEAPOLIS MN 55435-3707 
GARDEN GROVE CA 92641 

GENEVA IL 60134-3325 

ST LOUIS MO 63178 

WYTHEVILLE VA 24382-3917 

COLD SPRING KY 41076-9749 
ELGIN IL 60120 

ELGIN IL 60120 

BEAVERTON OR 97077-0001 

TOLEDO OH 43605 

CHICAGO IL 60630-1314 

TROY MI 48098 

RXKFORD IL 61101 
MILWAUKEE WI 53209 



GLENDALE CA 91201-2431 
SAN JOSE CA 95112 

ROCKFORD IL 61108-5181 

CHICAGO IL 60641 
HORGEN SWITZERLAND 

BERKELEY CA 94170 

WINDSOR CA 95492-9208 
CHICAGO IL 60609-3320 
HILLSBORO OR 97123 
BERKELEY CA 94170 
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REV SEP 1989 



2467B Replaceable Mechanical Parts 
2465B/2467B Service 



CROSS INDEX - MFR. CODE NUMBER TO MANUFACTURER 



Mfr. 
Code 


Manufacturer 


Address 


Citv. State. ZiD Code 


TK1154 


COMPLEX TOOLING INf 


dfi^R MAI ITTI 1 K PHI IDT QnilTH 


DUULUtK UU oUoUl 


TK1163 


POLYCAST INC 


9898 SW TIGARD ST 


TIGARD OR 97223 


TK1170 


DTM INDUSTRIES 


4725 NAUTILUS COURT SOUTH 


BOULDER CO 80301 


TK1302 


MOUNTAIN MOLDING 


606 SECOND STREET 


BERTH0UD CO 80513 


TK1328 


NIDEC AMERICA CORP 


682 TRANSFER RD 


ST PAUL MN 55114 


TK1373 


PATELEC-CEM (ITALY) 


10156 TORINO 


VAICENTALL0 62/45S ITALY 


TK1543 


CAMCAR/TEXTRON 


600 18TH AVE 


ROCKFORD IL 61108-5181 


TK1592 


W AND W METAL 


6521 SE CROSSWHITE WAY 


PORTLAND OR 97206 


TK2165 


TRIQUEST CORP 


3000 LEWIS AND CLARK HWY 


VANCOUVER WA 98661-2999 


TK2278 


COMTEK MANUFACTURING OF OREGON 


P0 BOX 4200 


BEAVERTON OR 97076-4200 




(METALS) 







REV SEP 1989 
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2467B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index 

No. 


Tektronix 
Part No. 


Serial /Assembly No. 
Effective Dscont 




12345 Name & Description 


Mfr. 
Code 


Mfr. Part No. 


1-1 


334-6345-02 




1 


MARKER, IDENT: MARKED TEKTRONIX 2467B 


22670 


ORDER BY DESCR 


_2 


366-2041-03 




4 


KNOB: DOVE GRAY, BAR, 0.172 X 0.41 X 0.496 


80009 


366-2041-03 


-3 


334-6335-00 




1 


MARKER, I DENT: MKD CRT CONTROLS 


80009 


334-6335-00 


-4 


348-0740-00 




2 


FOOT , CABINET : BOTTOM FRONT, PLASTIC 


TK1154 ORDER BY DESCR 










ATTACHING PARTS 






-5 


211-0718-00 




2 


SCREW,MACHINE:6-32 X 0.312, FLH, 100 DEG.STL 


83486 


ORDER BY DESCR 










END ATTACHING PARTS 






-6 


101-0110-00 




1 


TRIM, DECORATIVE: FRONT, POLYCARBONATE 


80009 


101-0110-00 










ATTACHING PARTS 






-7 


211-0718-00 




6 


SCREW,MACHINE:6-32 X 0.312, FLH, 100 0EG,STL 


83486 


ORDER BY DESCR 










END ATTACHING PARTS 






-8 


200-2779-00 






C0VER,T0P:TRIM 


TK1170 ORDER BY DESCR 


-9 


354-0656-00 




j 


RING,FILTER:4.34 X 3. 67, SLATE GRAY, PLASTIC 


TK2165 ORDER BY DESCR 


-10 


378-0270-00 




! 


FILTER, LT,CRT:3.0 X 3. 670, BLUE ACRYLIC 


80009 


378-0270-00 


-11 


337-2926-03 






SHLD,IMPL0SI0N:4.44 X 3.67 X 0.06,CLEAR 


80009 


337-2926-03 


-12 


334-4377-04 






MARKER, IDENT:MKD CAUTION 


80009 


334-4377-04 


-13 


334-6341-00 




I 


MARKER, I DENT: MKD REAR BNC 


80009 


334-6341-00 


-14 


334-5696-01 






MARKER, IDENT:MARKED OPTION 


80009 


334-5696-01 


-15 


200-3200-01 






COVER, REAR:W/LABELS 


80009 


200-3200-01 










ATTACHING PARTS 






-16 


212-0154-00 




4 


SCREW, MACHINE: 8-32 X 1 .125, PNH.STL 


83385 


ORDER BY DESCR 










END ATTACHING PARTS 






-17 


348-0905-01 




4 


FOOT, CABINET: BLACK POLYURETHANE 


TK2165 


ORDER BY DESCR 


-18 


367-0303-04 




1 


HANDLE, CARRYING: 12. 86 L.GRIP & INDEX 


80009 


367-0303-04 










ATTACHING PARTS 






-19 


212-0144-00 




2 


SCREW, TPG,TF:8-16 X 0.562 L,PLASTITE 


93907 


225-38131-012 










END ATTACHING PARTS 






-20 


337-2395-00 




2 


SHI ELD, ELEC: HANDLE 


80009 


337-2395-00 










ATTACHING PARTS 






-21 


213-0138-00 




4 


SCREW,TPG,TF:4-24 X 0.188, TYPE B,PNH,STL 


TK0435 


ORDER BY DESCR 










END ATTACHING PARTS 






-22 


437-0286-03 




1 


CABINET, SC0PE:ALUMINUM 


80009 


437-0286-03 


-23 


334-6346-01 




1 


MARKER, IDENT:MARKED 2467B 


80009 


334-6346-01 


-24 


348-0764-03 




1 


SHLD GSKT,ELEK: 0.125 X 0.188.WIRE MESH 


64411 


28062000 



12-4 



REV SEP 1989 



2467B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. S 

Index 

No. 


Tektronix 
Part No. 


Serial /Assembly No. 
Effective Dscont 


Qty 


12345 Name & Description 


Mfr. 
Code 


Mfr. Part No. 


2-1 


366-2041-03 




7 


KN0B:D0VE GRAY, BAR, 0.172 X 0.41 X 0.496 


80009 


366-2041-03 


-2 


366-1510-00 




2 


KN0B:DOVE GRAY ! VAR [ 0.127 X 0.392 X 0.466 


80009 


366-1510-00 


-3 


366-1227-00 




2 


KNOB: DOVE GRAY, V/DIV, 0.486 X 0.706 X 0.6 


80009 


366-1227-00 


-4 


366-1510-00 




1 


KNOB: DOVE GRAY, VAR, 0.127 X 0.392 X 0.466 


80009 


366-1510-00 


-5 


366-1220-01 


B010100 B010820 


1 


KNOB: DOVE GRAY, TIME/DIV, 0.65 X 0.855 X 0.8 


80009 


366-1220-01 




366-1220-02 


B010821 


1 


KNOB : DOVE GRAY,TIME/DIV,0.44 X 0.855 X 0.84 


TK1163 ORDER BY DESCR 




377-0412-01 




1 


INSERT, KNOB: 0.182 X 0.5 X 0.393, P0LYCARB 


80009 


377-0412-01 




354-0669-00 




1 


RING, RETAINING:CRESENT, 0.438 OD* 


80009 


354-0669-00 


-6 


366-1833-01 




3 


KNOB -DOVE GRAY 25 ID X 39? OF) X 4fifi H 


80009 


366-1833-01 


-7 


352-0790-01 




1 


HLDR, VAR, RES: BLACK POLYCARBONATE 


80009 


352-0790-01 










ATTACHING PARTS 

r\ 1 P nul 1 1 1 1 \J l fyl\ 1 ij 






-8 


211-0302-00 




4 


SCR ASSFM WSHR-4-40 X 75 PNH STI TORX DR 


01536 


ORDER BY DESCR 










END ATTACHING PARTS 






-9 


259-0025-04 




1 


Fl FX CIRCUIT- 

1 1—1— A vilxvUl 1 - 


80009 


259-0025-04 


-10 


377-0413-00 




10 


TNSFRT KNOB-0 055 TD X 37 DD X f) 8?1 PM 


80009 


377-0413-00 


-11 






13 


RES VAR NONWW-fSFE A6R3007 THRU R3019 RFPI 1 














ATTACHING PARTS 






-12 


210-0590-00 




13 


NUT, PLAIN, HEX:0. 375-32 X 0.438 BRS CD PL 


73743 


28269-402 


-13 


210-0012-00 




13 


WASHER,L0CK:0.384 ID, INTL, 0.022 THK,STL 


09772 


ORDER BY DESCR 










END ATTACHING PARTS 






-14 






1 


CIRCUIT BD ASSY: FRONT PANEL(SEE A6A1 REPL) 






-15 


384-1684-01 




2 


.SHAFT, VARIABLE: 2. 16 L, POLYCARBONATE 


80009 


384-1684-01 


-16 


384-1683-01 


B010100 B010820 


1 


.SHAFT, VARIABLE: 2. 36 L, POLYCARBONATE 


80009 


384-1683-01 




384-1683-02 


B010821 


1 


.SHAFT, VARIABLE: 2. 46 L, POLYCARBONATE 


TK1163 


ORDER BY DESCR 


-17 


366-1516-00 




19 


.PUSH BUTT0N:IV0RY GRAY, 0.3 X 0.665 H,SQ 


80009 


366-1516-00 


-17.1 


366-1516-01 




1 


.PUSH BUTTON: LEGEND ORANGE, 0.3 X 0.655 H SQ 


80009 


366-1516-01 


-18 


366-1538-00 




10 


.PUSH BUTTON: IVORY GRAY, 0.3 X 0.665 H.RND 


80009 


366-1538-00 


-19 


354-0669-00 




1 


. RING, RETAI N I NG : CRES ENT , 0.438 0D 


80009 


354-0669-00 


-20 


214-3824-01 




1 


.ACTUATOR, SWITCH:TIME PER DIV 


80009 


214-3824-01 


-21 


377-0412-01 




1 


. INSERT, KN0B:0. 182 X 0.5 X 0.393,P0LYCARB 


80009 


377-0412-01 


-22 


210-0590-00 




1 


NUT PLAIN HEX-0 375-32 X 438 BRS CD PI 


73743 


28269-402 


-23 


210-0012-00 




1 


.WASHER, LOCK:0. 384 ID, INTL, 0.022 THK,STL 


09772 


ORDER BY DESCR 


-24 


214-3373-00 




1 


.SPRING , GROUND : PHOSPHOR-BRONZE 


80009 


214-3373-00 


-25 


210-0590-00 




2 


.NUT, PLAIN, HEX: 0.375-32 X 0.438 BRS CD PL 


73743 


28269-402 


-26 


210-0012-00 




2 


.WASHER, L0CK:0. 384 ID, INTL, 0.022 THK.STL 


09772 


ORDER BY DESCR 


-27 


214-3373-00 




2 


. SPRI NG , GROUND : PHOSPHOR-BRONZE 


80009 


214-3373-00 


-28 


175-9916-00 




1 


XA ASSY,SP,ELEC:20,28 AWG.ll.O L 


80009 


175-9916-00 


-29 


351-0750-01 




1 


GUIDE, SWITCH:ABS, BLACK 


TK1163 


ORDER BY DESCR 


-30 


354-0655-01 




1 


RING,M0UNTING:FR PNL.4.16 X 6.065.BRASS 


TK2278 


ORDER BY DESCR 


-31 


333-3554-00 




1 


PANEL, FRONT: 


22670 


ORDER BY DESCR 










(STANDARD ONLY) 








333-3555-00 




1 


PANEL, FRONT: 


22670 


ORDER BY DESCR 



(OPTION 05 ONLY) 



REV SEP 1989 
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2467B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index 

No. 


Tektronix 
Part No. 


Serial/Assaifcly No. 
Effective Dscont 


Qty 


12345 Name & Description 


Mfr. 
Code 


Mfr. Part No. 


3-1 


426-2119-01 




1 


FRAME, CRT: 


Tt*007Q 


nDflFD rv neepp 
UKUtK DT UtoLK 










ATTAPUTMP nADTC 

ATTACHING PARTS 






-2 


Oil AT A A AA 

211-0740-00 




4 


ppnni uRrurMr.c 00 v on ci li 1 aa acp CTl 
SCKtW r MALnINL:b-d2 A t.2b,rLn f 10U Utb,blL 


ooyiQC 
&34oD 


noncp rv nFQro 

UKUtK DT ULoLK 


-3 


Oil A"70A AA 

iii-o/dy-uu 




4 


CPDCLi UAPUTMF-C 0.0 Y 1 7C T! U 1/10. FIFE CTl 

bLKtW r MALrUNt:b-0(: A 1 . lo, rLn, 1UU Utb,DlL 


OO^rOO 


OPnFR RY OF^PR 










run attaputmp oadtc 
tNU Al lALnlNb PAKIb 






-4 


OdQ A791 A1 

o4o-U/oi-Ul 




} 


PACk'FT-PDT DTI! VFTUVI FhJF 

bAbl\tl :LKI r PULTtmYLtNt 


QAAAQ 


0AOA701 _ni 

OHO U/Jl Ul 


-5 


T7o AOAd AA 






DFFI FPTPiD 1 TPJ4T- TUT CPAI ET Till MTNATTPiN 
KtrLtLlUK, Llbnl . INI oLHLt lLLLrlllv\f lUli 


QAAAQ 
0\AJ\Jj 


q7Q_AOA4_AA 
O/O \JC UV 


-b 






]■ 


UNI BU AbbYlbLALL ILLUM loLt AO KtrL; 






7 


OC1 10/IA AA 

obl-lo4y-uu 






CDAPFD MTP-0 A i V fl 9^ U Y 1 fl THlf' AR<1 


Tk'Oiec 


ORflFR RY DF^PR 

UI\ULr\ Dl ULOU". 


Q 

-o 


OQC ATOQ AA 

000-4/ to- U4 




1 




1 (NtC./ O 


ORnFR RY DFSfR 










Al lAUIlNb rAKIo 






-y 


01 AA7Q AA 




b 


CPDC1.I TDT TD.C 00 V A C C\ U 1 AAArC CTl 




0iq_AQ7Q_AA 










tNU Al iALHlNb rAKIb 






1 A 

-10 


HOC jiPAA AA 

dob-4699-00 




1 


DAA CI mriADT . ATTCMI IATAD Al 

BAK r bUHruKI :AI ltNUAIUK r AL 


QAAAQ 


qp.K-AMQ-00 

ood 4oyy uu 










ATT A nj T HA DA ATC 

ATTACHlNb PAKIb 






1 1 

-11 


011 A7 1 D AA 




L 


CPDFIJ MAPUTklC'P 59 Y fl ^1 9 H H 1IY1 HFR CTl 
bLKtW t nAL.nlliC..D oL A U.alii, rLn f lUu L/Lu r JiL 


OOHOU 


ORHFR RY HFSPR 










[TMA ATTAPUTMA DADTC 

LNU Al lALnlNb rAKIb 






1 O 


OA'S AAAO AA 

d4d-uyyd-ou 




1 


DCTATMCD ADT.DI AAI^ Dl ACTTP 

KtlAlNtK f CKI :bLAtN f rl_AbIiU 


QAAAQ 


OHO AQQO,_AA 

o4o uyyo uu 


1 O 

-Id 


AO AAAO AA 

646-kWl-\jQ 




2 


ACTATIiirD ADT.PI CAD Dl ACTTA 

KtlAlNhK f U<l xLtAKfMLAbilL 


QAAAQ 




1 A 


OAO A7A0 A1 




1 


AACL-'CT.CI CPTDTPAI CUTFI T\ OA (\ 1 

bAbKtl :tLtUIKltAL bnltLU ( o4.U L 




9A0R9H00 


-15 


O AO DAOO AA 

348-0922-00 




1 


bKUlTltl r ri_Abl ILlDLALK.bLftJrAritL 


TIpOI cc 
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.WASHER, L0CK:0. 384 ID r INTL,0.022 THK.STL 


09772 


ORDER BY DESCR 


-42 


210-0978-00 




1 


.WASHER, FLAT: 0.375 ID X 0.5 00 X 0.024.STL 


12327 


ORDER BY DESCR 


-43 


386-5052-00 




1 


. PLATE .ADAPTER : PROBE POWER, ALUMINUM 


80009 


386-5052-00 


-44 






1 


CAP,FXD,CER Dl: (SEE CIO REPL) 






-45 
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TERMINAL,LU6:0.172 ID,L0CKIN6,BRS TIN PL 


86928 


5442-7 


-46 


131-0407-00 
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JACK, TELEPHONED COND OPEN OR SGL CLOSED 


82389 


TR-2A 


-47 


119-1536-00 




1 


FILTER,RFI:3A, 250VAC , 50/60HZ 


54583 


ZUB2203-00 
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2467B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index 

No. 



Tektronix 
Part No. 



Serial/Assembly No. 
Effective Dscont 



Qty 12345 Name & Description 



Hfr. 
Code 



Hfr. Part No. 



-48 
-49 

-50 
-51 
-52 

-53 
-54 

-55 

-56 
-57 
-58 
-59 
-60 
-61 
-62 
-63 



-66 
-67 

-68 



-70 
-71 

-72 
-73 

-74 
-75 

-76 
-77 
-78 
-79 
-80 
-81 
-82 
-83 
-84 
-85 
-86 



-90 
-91 

-92 



211-0332-00 
210-0586-00 

195-3989-00 
195-3990-00 



211-0304-00 
210-0586-00 

195-3987-00 
195-3988-00 
131-1910-01 
195-8410-00 
210-0586-00 
195-9513-00 
210-0586-00 
175-4599-00 
276-0525-00 
344-0250-00 



-64 211-0747-00 



-65 



211-0304-00 
210-0457-00 

407-2809-00 

210- 0583-00 

337-2931-02 

211- 0337-00 

210- 0457-00 
337-3301-00 

211- 0337-00 
210-0586-00 

200-0616-02 



348-0762-00 
334-1379-00 
334-1951-00 
211-0337-00 
210-0551-00 
174-0129-00 
348-0757-00 
343-0081-00 



-87 210-0457-00 



348-0763-00 
348-0751-00 
343-1012-00 
441-1618-02 
441-1896-00 
334-3379-00 
334-6466-00 



B010100 
B050000 



B049999 



ATTACHING PARTS 
2 SCR.ASSEM WSHR:4-40 X 0.5,PNH,STL,T9 01536 
2 NUT,PL,ASSEM WA:4-40 X 0.25, STL CO PL 78189 

END ATTACHING PARTS 
1 LEAD, ELECTRICAL:18 AWG, 4.0 L,8-9 80009 
1 LEAD, ELECTRICAL: 18 AWG, 4.5 L, 5-4 80009 

1 SWITCH, SLIDE: (SEE A2S90 REPL) 

ATTACHING PARTS 

2 SCR , ASS EM WSHR :4-40 X 0.312, PNH, STL, T9 T0RX 01536 
2 NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 78189 

END ATTACHING PARTS 
LEAD, ELECTRICAL: 22 AWG.2.6 L.8-19 80009 
LEAD,ELECTRICAL:22 AWG, 4.0 L.8-29 80009 
CONN ,RCPT,ELEC:BNC, FEMALE 24931 
LEAD, ELECTRICAL: 22 AWG, 1.65 L 80009 
NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 78189 
LEAD, ELECTRICAL: 22 AWG, 1.4 L, 80009 
NUT.PL,ASSEM WA:4-40 X 0.25, STL CD PL 78189 
CABLE ASSY,RF:50 OHM C0AX,8.0 L 80009 
CORE,EM:TOROID,FERRITE 01121 
RETAINER, CAP.: 0.5 DIA.STEEL 80033 

ATTACHING PARTS 
SCREW, MACHINE:6-32 X 0.188, PNH, STL 

END ATTACHING PARTS 
PASSIVE NETWORK: (SEE A13 REPL) 
ATTACHING PARTS 
2 SCR,ASSEM WSHR:4-40 X 0.312, PNH, STL.T9 TORX 01536 
2 NUT,PL,ASSEM WA:6-32 X 0.312, STL CD PL 78189 
END ATTACHING PARTS 

1 BRAC KET, ANGLE: RESISTOR, AL 80009 

ATTACHING PARTS 

2 NUT, PLAIN, HEX: 0.25-32 X 0.312,BRS CD PL 73743 

END ATTACHING PARTS 
SHI ELD, CRT: 80009 
SCREW,MACHINE:4-40 X 0.25, PNH, SST 01536 
NUT,PL,ASSEM WA:6-32 X 0.312, STL CD PL 78189 
SHLD, ANODE LEAD: 80009 

ATTACHING PARTS 
SCREW, MACHINE: 4-40 X 0.25,PNH,SST 01536 
NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 78189 

END ATTACHING PARTS 
COVER.CRT SKT:1.78 DIA X 0.2 D, WHITE 
WIRE SET.ELEC: (SEE A9P901,W901 REPL) 
COIL, TUBE DEFL: (SEE L91 REPL) 

GROMMET , PLAST IC : NATURAL , ROUND , . 54 ID TK1302 
MARKER, I DENT :MKD HI VACUUM 07416 
MARKER, IDENT:MKD WARNING, CRT VOLTAGES 22670 
SCREW,MACHINE:4-40 X 0.25,PNH,SST 01536 
NUT,PLAIN,HEX:4-40 X 0.25, ST CD PL TK0435 
CA ASSY,SP,ELEC:2,22 AWG.5.5 L,9-N 80009 
GROMMET, PLASTIC: BLACK, U SHAPE, 0.25 ID 80009 
STRAP, RETAINING:0. 125 DIA, NYLON 85480 

ATTACHING PARTS 
NUT,PL,ASSEM WA:6-32 X 0.312, STL CD PL 

END ATTACHING PARTS 
GROMMET, PLASTIC: NATURAL, OVAL, 1.235 ID TK2165 
GROMMET, PLASTIC:NATURAL, 3. 11 X 0.645 OBLONG TK1170 
RETAINER, CKT BD: POLYCARBONATE 80009 
CHASSIS, SCOPE: 80009 
CHASSIS, SCOPE: MAIN ASSY , AL,W/HARDWARE 80009 
MARKER , I DENT : MARKED GROUND SYMBOL 07416 
MARKER, I DENT :MKD CAUTION HV 07416 



ORDER BY DESCR 
211-041800-00 

195-3989-00 
195-3990-00 



ORDER BY DESCR 
211-041800-00 

195-3987-00 

195-3988-00 

28JR284-1 

195-8410-00 

211-041800-00 

195-9513-00 

211-041800-00 

175-4599-00 

T037C351A 

E50005-007 



73439 ORDER BY DESCR 



ORDER BY DESCR 
511-061800-00 

407-2809-00 

2X-203 19-402 

337-2931-02 
ORDER BY DESCR 
511-061800-00 
337-3301-00 

ORDER BY DESCR 
211-041800-00 

80009 200-0616-02 



ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 
ORDER BY DESCR 
174-0129-00 
348-0757-00 
CPNY-172BK 



78189 511-061800-00 



ORDER BY DESCR 
ORDER BY DESCR 
343-1012-00 
441-1618-02 
441-1896-00 
ORDER BY DESCR 
ORDER BY DESCR 
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2467B ILLUSTRATIONS 
2465B/2467B SERVICE 




2467B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index Tektronix 
No. Part No. 



Serial /Assembly No. 
Effective Dscont 



Qty 12345 Name & Description 



Mfr. 

Code Mfr. Part No. 



4-1 

-2 

-3 
-4 



337-3300-00 
211-0304-00 
200-3261-00 

361-1188-00 



-6 

-7 352-0789-00 

-8 342-0767-00 

-9 

-10 131-0608-00 B010100 

-11 

_ 12 B010100 

B050000 



B049999 
B049999 



1 



SHIELD,ELEC:HV 

ATTACHING PARTS 
SCR.ASSEM WSHR:4-40 X 0.312,PNH,STL,T9 T0RX 

END ATTACHING PARTS 
COVER, CABLE :HV SHIELD 
CKT BD ASSYrHV PWR SPLY (SEE A9 REPL) 

ATTACHING PARTS 
SPACER, POST: 1.15 L,4-40 THD ONE END, STL 

END ATTACHING PARTS 
CIRCUIT BD ASSY INCLUDES: 
.TERM SET, PIN: (SEE A9P5191 REPL) 
. HOLDER, TERMINAL:20 SQ PINS 
INSULAT0R,FILM:HV BD, POLYESTER 
CIRCUIT BD ASSY: READOUT (SEE A4 REPL) 
. TERMINAL, PIN:0. 365 L X 0.025 BRZ GLD PL 
.CA ASSY,SP,ELEC: (SEE A4W411 REPL) 
CKT BD ASSY: DIGITAL CONTROL (SEE A5 REPL) 
CKT BD ASSY : CONT/READOUT/BUFF (SEE A5 REPL) 

ATTACHING PARTS 



80009 337-3300-00 

01536 ORDER BY DESCR 

80009 200-3261-00 

80009 361-1188-00 



TK2165 ORDER BY DESCR 
80009 342-0767-00 

22526 48283-036 



-13 


211-0711-00 






4 


SCR.ASSEM WSHR:6-32 X 0.25,PNH,STL,TORX,T15 


01536 


ORDER BY DESCR 












END ATTACHING PARTS 
















CIRCUIT BD ASSY INCLUDES: 








386-5893-00 


B050000 




5 


.SPACER, CKT BD:0.26 H.ACETAL 


80009 


386-5893-00 


-14 


136-0757-00 


B010100 


B049999 


1 


.SKT.PL-IN ELEK:MICROCIRCUIT,40 DIP 


09922 


DILB40P-108 


-15 


136-0755-00 


B010100 


B049999 


2 


.SKLPL-IN ELEK:MICR0CIRCUIT,28 DIP 


09922 


DILB28P-108 












.(SEE A5XU2360 REPL) 






-16 








10 


.TERMINAL, PIN: (SEE A5J501, JJ503JP2701, 
















.TP2070,TP2420,TP2421 REPL) 






-17 


131-3957-00 


B010100 


B049999 


2 


.BUS, CONDUCTOR: SHUNT ASSEMBLY, BLACK 


80009 


131-3957-00 


-18 








1 


.CA ASSY,SP,ELEC: (SEE A5W512 REPL) 






-19 








1 


.CA ASSY,SP,ELEC: (SEE A5W511 REPL) 






-20 


337-2978-00 






1 


SHIELD, ELEC:L0W VOLTAGE POWER SUPPLY 


80009 


337-2978-00 












ATTACHING PARTS 






-21 


211-0304-00 






2 


SCR,ASSEM WSHR:4-40 X 0.312,PNH,STL,T9 TORX 


01536 


ORDER BY DESCR 












END ATTACHING PARTS 






-22 


334-4759-00 






1 


MARKER, IDENT:MKD SHIELDS INVERTER 


80009 


334-4759-00 


-23 


407-3436-00 






1 


BRKT,CMPNT MTG:CAP,TOP, ALUMINUM 


80009 


407-3436-00 


-24 


407-3437-00 






1 


BRKT.CMPNT MTG: CAP, BOTTOM .PLASTIC 


80009 


407-3437-00 


-25 


407-2854-00 






1 


BRACKET , ANGLE : TRANSISTOR , ALUMI NUM 


80009 


407-2854-00 












ATTACHING PARTS 






-26 


210-0586-00 






5 


NUT,PL,ASSEM WA:4-40 X 0.25,STL CD PL 


78189 


211-041800-00 


-27 


129-0304-00 






1 


SPCR, POST: 1.265 L.4-40 ENDS, NYL, 0.25 OD 


TK0588 ORDER BY DESCR 












END ATTACHING PARTS 






-28 


343-1025-00 






3 


RETAINER, XSTR: 


TK1154 ORDER BY DESCR 












ATTACHING PARTS 






-29 


210-0406-00 






3 


NUT, PLAIN, HEX:4-40 X 0.188,BRS CD PL 


73743 


12161-50 












END ATTACHING PARTS 






-30 


342-0582-00 






3 


INSULATOR, PLATE:TRANSISTOR,CERAMIC 


80009 


342-0582-00 


-31 


195-6852-00 








LEAD, ELECTRICAL: 18 AWG.2.375 L.8-4 


80009 


195-6852-00 












ATTACHING PARTS 






-32 


210-0586-00 








NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 












END ATTACHING PARTS 






-33 


342-0354-00 








INSULATOR .PLATE : TRANS I STOR 


55285 


7403-09FR-52 












ATTACHING PARTS 






-34 


210-0586-00 








NUT,PL,ASSEM WA:4-40 X 0.25, STL CD PL 


78189 


211-041800-00 


-35 


210-1178-00 








WASHER, SHLDR: 


13103 


7721-7PPS 


-36 


210-1002-00 








WASHER,FLAT:0.125 ID X 0.25 OD X 0.022.BRS 


86928 


5714-147-20N 












END ATTACHING PARTS 






-37 








1 


CIRCUIT BD ASSY: INVERTER (SEE A3 REPL) 
















ATTACHING PARTS 






-38 


211-0732-00 






2 


SCR,ASSEM WSHR:6-32 X 0. 75, PNH, STL, T15 


TK1543 


ORDER BY DESCR 


-39 


210-0457-00 






2 


NUT,PL,ASSEM WA:6-32 X 0.312, STL CD PL 


78189 


511-061800-00 


-40 


211-0711-00 






2 


SCR.ASSEM WSHR:6-32 X 0.25, PNH, STL, TORX, T15 


01536 


ORDER BY DESCR 












END ATTACHING PARTS 






-41 


343-1099-01 






1 


RTNR, POWER SPLY:LOW VOLTAGE, FRONT, PC 


80009 


343-1099-01 


-42 


361-1219-00 






6 


SPACER.CKT BD:0.362 L X 0.134 OD, PLASTIC 


80009 


361-1219-00 


-43 


361-1132-01 


B010100 


B049999 


4 


SPACER,CKT BD:A POLYCARBONATE 


80009 


361-1132-01 




361-1132-01 


B050000 




3 


SPACER.CKT BD:A POLYCARBONATE 


80009 


361-1132-01 
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2467B Replaceable Mechanical Parts 
2465B/2467B Service 



Fig. & 

Index 

No. 


Tektronix 
Part No. 
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ATTACHING PARTS 
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